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Abstract 


This  is  one  of  a  series  of  volumes  consisting  of  a  group  of 
selected  papers  and  monographs  by  NBS  authors,  and  abstracts 
of  papers  by  non-NBS  and  NBS  authors,  dealing  with  the  preci- 
sion measurement  of  specific  physical  quantities  and  related  topics. 
The  contents  should  be  useful  to  those  in  the  scientific  community 
who  are  engaged  in  frequency  and  time  measurements  or  are 
otherwise  interested  in  these  physical  quantities. 

This  volume  contains  selected  reprints,  and  abstracts  of  very 
general  papers,  printed  in  chronological  order  in  most  cases  from 
January  1960  through  June  1969,  covering  the  following  general 
topics :  Frequency  and  Time  Standards,  Time  Scales,  Distribution 
of  Frequency  and  Time  Signals,  Statistics  of  Frequency  and  Time 
Standards,  and  Selected  Frequency  and  Time  References. 
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time  measurements;  time  scales;  time  synchronizations; 
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Foreword 


In  the  1950's  the  tremendous  increase  in  industrial  activity,  particu- 
larly in  the  missile  and  satellite  fields,  led  to  an  unprecedented  demand  for 
precision  measurement,  which,  in  turn,  brought  about  the  establishment  of 
hundreds  of  new  standards  laboratories.  To  aid  these  laboratories  in 
transmitting  the  accuracies  of  the  national  standards  to  the  shops  of 
industry,  NBS  in  1959  gathered  together  and  reprinted  a  number  of  tech- 
nical papers  by  members  of  its  staff  describing  methods  of  precision 
measurement  and  the  design  and  calibration  of  standards  and  instruments. 
These  reprints,  representing  papers  written  over  a  period  of  several 
decades,  were  published  as  NBS  Handbook  77,  Precision  Measurement  and 
Calibration,  in  three  volumes:  Electricity  and  Electronics;  Heat  and 
Mechanics ;  Optics,  Metrology,  and  Radiation. 

Some  of  the  papers  in  Handbook  77  are  still  useful,  but  new  theoreti- 
cal knowledge,  improved  materials,  and  increasingly  complex  experi- 
mental techniques  have  so  advanced  the  art  and  science  of  measurement 
that  a  new  compilation  has  become  necessary.  The  present  volume  is  part 
of  a  new  reprint  collection,  designated  NBS  Special  Publication  300,  which 
has  been  planned  to  fill  this  need.  Besides  previously  published  papers  by 
the  NBS  staff,  the  collection  includes  selected  abstracts  and  references  by 
both  NBS  and  non-NBS  authors.  It  is  hoped  that  SP  300  will  serve  both 
as  a  textbook  and  as  a  reference  source  for  the  many  scientists  and  engi- 
neers who  fill  responsible  positions  in  standards  laboratories. 

Lewis  M.  Branscomb,  Director. 


in 


Preface 


The  general  plan  for  this  compilation  has  been  reviewed  by  the  Information  Com- 
mittee of  the  National  Conference  of  Standards  Laboratories.  The  plan  calls  for  Special 
Publication  300  to  be  published  in  12  volumes  as  presented  on  the  inside  of  the  front  cover. 

The  division  of  subject  matter  has  been  chosen  to  assure  knowledgeable  selection  of 
context  rather  than  to  attain  uniform  size.  It  is  believed,  however,  that  the  larger  vol- 
umes, of  approximately  500  pages,  will  still  be  small  enough  for  convenient  handling  in 
the  laboratory. 

The  compilation  consists  primarily  of  original  papers  by  NBS  authors  which  have 
been  reprinted  by  photoreproduction,  with  occasional  updating  of  graphs  or  numerical 
data  when  this  has  appeared  desirable.  In  addition,  some  important  publications  by  non- 
NBS  authors  that  are  too  long  to  be  included,  are  represented  by  abstracts  or  references ; 
the  abstracts  are  signed  by  the  individuals  who  wrote  them,  unless  written  by  the  author. 

Each  volume  has  a  subject  index  and  author  index,  and  within  each  volume,  contents 
are  grouped  by  subtopics  to  facilitate  browsing.  Many  entries  follow  the  recent  Bureau 
practice  of  assigning  several  key  words  or  phrases  to  each  document ;  these  may  be  col- 
lated with  titles  in  the  index.  Pagination  is  continuous  within  the  volume,  the  page  num- 
bers in  the  original  publications  also  being  retained  and  combined  with  the  volume  page 
numbers,  for  example  100-10.  The  index  notation  7-134  refers  to  volume  7,  page  134  of 
this  volume.  A  convenient  list  of  SI  (Systeme  International)  physical  units  and  a  conver- 
sion table  are  to  be  found  inside  the  back  cover. 

The  publications  listed  herein  for  which  a  price  is  indicated  are  available  from  the 
Superintendent  of  Documents,  U.S.  Government  Printing  Office,  Washington,  D.C.  20402 
(foreign  postage,  one-fourth  additional).  Many  documents  in  the  various  NBS  non- 
periodical  series  are  also  available  from  the  NBS  National  Technical  Information  Service, 
Springfield,  Va.  22151.  Reprints  from  the  NBS  Journal  of  Research  or  from  non-NBS 
journals  may  sometimes  be  obtained  directly  from  an  author. 

Suggestions  as  to  the  selection  of  papers  which  should  be  included  in  future  editions 
will  be  welcome.  Current  developments  in  measurement  technology  at  NBS  are  covered 
in  annual  seminars  held  at  either  the  Gaithersburg  (Maryland)  or  the  Boulder  (Colorado) 
laboratories.  These  developments  are  summarized,  along  with  a  running  list  of  publica- 
tions by  NBS  authors,  in  the  monthly  NBS  Technical  News  Bulletin. 

Henry  L.  Mason, 

Office  of  Measurement  Services, 
NBS  Institute  for  Basic  Standards. 
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Editor's  Note 


Volume  5  gives  broad  coverage  to  work  in  the  area  of  frequency  and 
time  for  the  decade  1960-1969.  It  contains  57  reprints  of  papers  published 
by  NBS  authors  and  23  abstracts,  of  which  12  constitute  non-NBS  author- 
ship. These  papers  are  given  in  the  first  four  sections  of  Volume  V.  They 
show  advances  in  atomic  frequency  and  time  scale  standards,  statistical 
means  of  time  synchronization  and  methods  of  frequency  and  time  dis- 
semination, including  satellites  and  TV  timing.  Section  V.5,  provides 
selected  worldwide  references  of  frequency  and  time,  classified  by  area, 
written  during  the  period  1960  to  1970  (February). 

We  wish  to  acknowledge  the  valuable  assistance  of  the  following 
persons  in  the  preparation  of  this  volume:  J.  A.  Barnes,  R.  E.  Beehler, 
and  D.  Halford  for  very  helpful  comments;  J.  Jespersen,  D.  H.  Andrews, 
and  other  members  of  the  Time  and  Frequency  Division  for  aid  in 
obtaining  references  and  reprints;  and  Mrs.  Louise  Gaskill,  Mrs.  Carole 
Craig,  and  Miss  Sandra  Richmond  for  typing  the  manuscript  copy. 

B.  E.  Blair  and 

A.  H.  Morgan,  Editors. 
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I.  Introduction 

It  is  natural  to  choose  as  a  standard  of  frequency  and  time  interval 
some  periodic  phenomenon  appearing  in  nature  that  is  especially  uniform. 
The  periodic  rotation  of  the  earth  on  its  axis  at  one  time  provided  a  suffi- 
ciently uniform  time  base.  As  techniques  of  measurement  improved  it  was 
demonstrated  that  the  rotational  period  of  the  earth  was  slowly  increasing, 
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an  effect  that  has  been  attributed  to  tidal  friction.  In  addition,  there  were 
observed  irregular  changes  and  almost  periodic  fluctuations  in  the  length 
of  the  solar  day.  More  recently  (1956)  astronomers  have  chosen  the  period 
of  the  orbital  motion  of  the  earth  about  the  sun  as  the  basis  for  the  defini- 
tion of  time.  This  is  the  basis  upon  which  time  is  defined  (in  the  practical 
sense)  today.  There  are  secular  variations  in  this  period,  but  they  are  much 
more  predictable  than  the  changes  in  the  length  of  the  solar  day.  For  this 
reason  the  second  has  been  defined  as  1/31,556,925.9747  of  the  tropical 
year  at  12h  ET,  0  January,  1900. 

Highly  complex  macroscopic  systems  such  as  our  solar  system  probably 
are  subject  to  some  unpredictable  changes  and  aging  effects.  For  many 
purposes  the  periodic  motions  in  microscopic  systems  of  atoms  would  be 
more  suitable  for  defining  time  intervals  and  frequency.  To  be  sure,  the 
separations  of  the  quantum  states  of  a  completely  isolated  atom  or  mole- 
cule are  expected  to  be  fixed  in  time.  The  measurement  of  one  of  these 
separations  by  a  suitable  apparatus  would  provide  a  very  excellent  stand- 
ard if  the  measurements  can  be  made  with  the  required  precision. 

Microwave  and  atomic  beam  magnetic  resonance  techniques  provide  a 
method  of  measuring  state  separations  with  probably  the  greatest  accuracy 
and  ease  of  interpretation  of  all  the  presently  known  spectroscopic  tech- 
niques. Atomic  beam  techniques  have  the  advantage  that  Doppler  and 
collision  broadening  of  the  spectral  line  are  practically  eliminated.  Certain 
atoms,  especially  the  alkali  metals,  have  intense  spectral  lines  that  are 
easily  detected.  Moreover,  the  transitions  fall  in  a  convenient  range  of  the 
electromagnetic  spectrum  easily  accessible  to  available  coherent  radiators. 

A  transition  between  the  hyperfine  structure  (hfs)  levels  in  the  ground 
state  of  cesium  provides  the  present  working  standard  of  frequency  for  the 
United  States  (1),  the  United  Kingdom  (2),  Canada  (8),  and  Switzerland 
(4).  This  transition  can  be  measured  with  the  remarkable  precision  of  ±2 
parts  in  1012,  and  with  an  accuracy  of  ±1.7  parts  in  1011.1  It  appears  that 
even  further  improvements  in  precision  and  accuracy  can  be  expected  in 
the  near  future. 

The  frequency  of  the  (F  =  4,  mF  =  0)  «-*  (F  =  3,  mF  =  0)  transition  in 
cesium  has  been  measured  in  terms  of  the  Ephemeris  Second — the  standard 
unit  of  time  obtained  through  astronomical  observations.  This  frequency 
is  9192631770  ±  20  cps  (5).  The  probable  error,  ±20  cps  (or  2  X  10~9), 
arises  because  of  experimental  limitations  on  the  astronomical  measure- 
ments and  on  long  distance  frequency  comparisons.  The  astronomical  data 
used  in  arriving  at  this  figure  were  accumulated  over  a  period  of  three  years. 
A  longer  measurement  time  would  reduce  the  probable  error. 

1  Hereafter  relative  precisions  and  accuracies  shall  he  written  in  the  form  2  X  10~10, 
for  example.  This  has  the  meaning  of  2  parts  in  1010. 
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With  this  relationship  between  astronomical  time  and  the  hfs  separation 
of  cesium,  atomic  frequency  standards  together  with  proper  summing 
devices  for  counting  equally  spaced  events  can  now  make  astronomical 
time  immediately  available,  although  even  a  temporary  lapse  in  the  sum- 
ming device  will  irrecoverably  lose  the  epoch  at  which  the  count  was 
started.  The  long  delays  previously  required  to  determine  and  publish 
the  corrections  to  the  propagated  time  signals  are  no  longer  necessary. 
Atomic  time  is  also  available  with  its  greater  uniformity.  On  the  atomic 
time  scale  A.l  introduced  by  Markowitz  (5)  of  the  U.S.  Naval  Observatory, 
The  frequency  of  cesium  is  assumed  to  be  9192631770.0  cps  for  atomic 
time.  That  is,  there  are  that  many  cycles  in  one  second  of  atomic  time. 

The  present  article  deals  primarily  with  cesium  atomic  beam  frequency 
standards.  It  is  not  purported  to  be  an  exhaustive  review.  Its  purpose  is  to 
provide :  (a)  some  background  in  atomic  beam  spectroscopy  in  view  of  the 
fact  that  the  area  of  atomic  beam  frequency  standards  is  no  longer  solely 
of  interest  to  the  physicist,2  (b)  some  design  considerations  of  atomic  beam 
standards,  and  (c)  results  of  comparisons  between  various  cesium  standards. 

The  Introduction  is  followed  by  a  description  of  the  spectrum  upon 
which  the  cesium  standard  is  based  (Sections  II,  III,  and  IV).  Section  V 
describes  the  beam  apparatus  and  the  salient  features  of  its  design.  Section 
VI  is  a  discussion  of  the  excitation  process.  Inaccuracies  in  atomic  beam 
measurements  are  considered  in  Section  VII.  In  Section  VIII,  various 
cesium  standards  are  compared  using  radio  transmission  data.  A  discussion 
of  various  other  types  of  atomic  standards  and  new  developments  and 
possibilities  in  the  field  is  found  in  Section  IX. 

II.  Atomic  Hyperfine  Structure 

The  quantum  transitions  employed  in  present  day  atomic  beam  stand- 
ards occur  between  the  hyperfine  levels  in  the  ground  state  of  the  alkali 
metal  cesium.  The  hyperfine  splitting  arises  because  of  the  interaction 
between  the  magnetic  moment  of  the  nucleus  and  the  magnetic  field  pro- 
duced by  the  valence  electron  at  the  position  of  the  nucleus.  (See  Fig.  1.) 

The  Hamiltonian  for  this  interaction  is  given  by 

JC  =    -y/'Hel,  (1) 

where  yj  is  the  magnetic  dipole  moment  of  the  nucleus,  and  Hei  is  the 
magnetic  field  at  the  nucleus  produced  by  the  electron.  For  hydrogenlikc 
atoms,  Hei  can  be  estimated  from  some  simple  semiclassical  considerations. 
The  complete  discussion  is  complicated  (9). 

The  field  at  the  nucleus  has  a  contribution  from  both  the  orbital  motion 

2  See  also  the  general  references  on  atomic  and  molecular  beam  spectroscopy  (6,  7,  8). 
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Fig.  1.  Pictorial  representation  of  the  interaction  of  the  nuclear  magnetic  moment 
with  the  fields  produced  by  the  orbital  motion  and  spin  of  the  electron. 


of  the  electron  and  its  intrinsic  magnetic  moment.  Thus 

Hel  "=  Horbit  +  H6pin, 


(2) 


where  Horbit  is  the  contribution  from  the  orbital  motion,  and  H8pin  is  the 
contribution  from  the  spin  moment.  From  the  Biot-Savart  Law, 
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=  —  2/xc 
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where  r  is  the  position  vector  of  the  electron  relative  to  the  nucleus,  V  is 
the  velocity  of  the  electron,  KL  is  the  orbital  angular  momentum,  and 
Ho  =  eh/2mc  is  the  Bohr  magneton. 

The  field  at  the  nucleus  arising  from  the  intrinsic  magnetic  moment  of 
the  electron  can  be  obtained  from  the  classical  expression  for  the  field  of  a 
dipole  moment  ys  =  —  2/x0S. 


H 


spin 
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where  ys  is  the  magnetic  moment  of  the  electron. 

We  wish  the  average  value  of  Hei,  and  it  will  prove  convenient  to  write 
this  average  as 


Hei  =  (Hei  •  J) 


(5) 


-560  O  -  72  -  2 
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where  J  =  L  +  S.  If  the  sum  of  (3)  and  (4)  are  inserted  into  (5), 

He,  =  -      [L2  -  S2  +  3(er  •  S)er(L  +  S)]  ~  (6) 

The  unit  vector  er  is  in  the  direction  of  r.  The  vectors  L  and  er  are  perpen- 
dicular so  that  (6)  becomes 

He,  =  -  ^  [L2  -S2  +  3(er  •  S)']  i.  (7) 

(er  •  S)2  can  be  estimated  from  the  vector  model:  L  and  S  precess  rapidly 
about  J  in  the  laboratory  frame  of  reference.  Consider  the  coordinate 

t 


Fig.  2.  Coordinate  system  in  which  L  and 
er  are  fixed. 


system  in  which  L  and  er  are  fixed.  In  this  system  S  precesses  about  L 
(Fig.  2).  For  one  electron  (S  —  1/2),  the  average  of  the  square  of  the  pro- 
jection of  S  on  er  is 


(c''S)2  =  sf  (ticos'),<w  =  5 


Using  this  value  for  (er  •  S)2  and  the  eigenvalues  of  L2,  S2,  and  J2  which  are 
L(L  +  1),  S(S  +  1),  and  J  (J  +  1)  respectively,  (1)  becomes 


Hel  =  — 


2mc 


L(L  +1)  -  S(S+  1)  + 


/(/  +  1) 


">ince  we  have  chosen  the  particular  case  for  which  S  = 

L(L  +  1) 


H2mo 
ei  =  r 
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The  hyperfine  structure  interaction  is  then  given  by 


W  =  (J\-vi  ■  Hei| J)  =  -2gIfiM0  <Q 


L(L  +  1) 
J  (J  +  1) 


I  J, 


(8) 


where  gi  is  the  nuclear  ^-factor,  I  is  the  nuclear  angular  momentum  vector, 

and  fiN  is  the  nuclear  magneton,  y" \  =  gmNl  and  hn  =  eh/2Mc  =  5.05038  X 
10-24  erg/gauss  where  M  is  the  mass  of  the  proton. 

The  vector  model  for  the  hydrogenlike  atom  (assuming  Russell- 
Saunders  coupling)  is  shown  in  Fig.  3.  It  will  be  helpful  in  evaluating 


I  •  J,  where  I  is  the  nuclear  angular  momentum  vector,  and  F  is  the  total 
angular  momentum  vector  for  the  atom.  L  and  S  precess  rapidly  about  J 
because  of  spin  orbit  interaction.  J  and  I  are  magnetically  coupled  to  a 
lesser  degree  and  precess  relatively  slowly  about  P.  The  angle  0  of  Fig. 
3(b)  is  given  by  the  law  of  cosines: 


L 


I 


cos  0  = 


I2  +  J2  —  F2 
2IJ 


so  that  we  may  write 


I  J  =  \  [1(1  +  1)  +  J  (J  +  1)  -  F(F  +  1)]. 


Now 


W  = 


g  i  hn no 


L(L  +  1) 
J  (J  +  1) 


[1(1  +  1)  +  J  (J  +  1)  -  F(F  +  1)]  <^>-  (9) 


The  quantity  ((1/r3))  can  be  evaluated  from  the  known  wave  functions  of 
hydrogenlike  atoms.  The  result  is 


a£n*L{L '+  1)(L  +  y2)' 


(10) 


where-ao  is  the  radius  of  the  first  Bohr  orbit  [a0  =  (h2/me2)  =  5.2917  X  10-9 
cm],  n  is  the  principle  quantum  number,  and  Z  is  the  charge  on  the  nucleus. 
Finally, 


^  _  grUNHoZ3 


a03n3 


F(F  +  1)  -  1(1  +  1)  -  J  (J  +  1) 

+  i){L  +  y2) 


(ii) 


The  various  constants  can  be  grouped  and  written  in  terms  of  the  Rydberg 
and  the  fine  structure  constants,  Rv  and  a: 

me4  ,  _n 

and 

=  —. 

he 

These  have  been  determined  more  accurately  than  the  result  obtained  for 
each  by  combining  the  separate  constants.  In  terms  of  Rv  and  a 


F(F  +  1)  -  /(/  +  1)  -  J(J  +  1) 

j(j  +  D(L  +  y2) 


(12) 


Frequently,  W  is  written  as 

W  =  al  •  J, 

where 

2TrhcRyai{m/M)gIZi 
l)(L  +  y2)n* 


a  = 


It  is  evident  from  Eq.  (12)  that  the  interaction  between  the  electron  and 
nucleus  splits  a  given  electronic  state  into  a  number  of  hyperfine  levels. 
They  are  designated  by  the  various  values  of  the  total  angular  momentum 
quantum  number  F.  The  separations  between  the  F  levels  fall  in  the  radio 
and  microwave  frequency  ranges  of  the  electromagnetic  spectrum.  F  can 
have  the  values 

F  =  I  +  J,  I  +  J  -  1,  7  +  J-2,  .  .  .  ,/-./ 

if  I  ^  J  or 

F  =  J  +  I,  J  +  I  -  1,.  .  .  ,./-/ 

if  J  ^  I.  The  total  number  of  possible  F  states  is  2J  +  1  if  /  ^  J  and 
21  +  1  if  I  ^  J.  Actually  Eq.  (12)  is  not  valid  for  L  =  0.  In  this  case 
<(l/r3))  vanishes  (9).  The  more  sophisticated  relativistic  caclulation  yields 
the  same  result  as  (12)  so  that  Eq.  (12)  is  a  valid  approximation. 
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For  hydrogen  in  its  ground  electronic  state,  L  =  0,  J  =  gi  «  5.56, 
and  7  =  J£  so  that  F  can  have  only  the  two  values,  1  and  0.  Then,  putting 
numerical  values  into  Eq.  (12),  the  separation  between  the  F  =  1  and 
F  =  0  states  is  1417  Mc.  The  experimental  value  obtained  with  atomic 
beam  techniques  is  1420.40573  ±  0.00005  Mc  (10).  More  refined  calcula- 
tions yield  almost  exact  agreement  with  experimental  values  for  the  hfs 
separation  in  hydrogen  and  deuterium. 

The  accurate  calculation  of  the  hfs  separation  for  cesium  has  not  been 
calculated  nor  is  it  likely  to  be  in  the  near  future.  The  large  number  of 
electrons,  55,  for  cesium  makes  the  calculation  extremely  difficult.  The 
frequency  of  this  hfs  separation  in  cesium  is  the  present  standard  of  fre- 
quency. The  actual  number  is  assigned  with  reference  to  astronomical  time. 

III.  The  Vector  Model 

The  vector  model  is  a  simple  and  useful  concept  for  the  analysis  of  the 
fine  and  hyperfine  structure  of  atoms  in  either  very  weak  or  very  strong 
externally  applied  fields.  For  very  precise  measurements  and  for  inter- 
mediate field  conditions  more  detailed  considerations  are  needed.  These 
will  be  discussed  in  Section  IV. 

A.  Weak  Magnetic  Fields 

When  the  interaction  between  the  spin  and  orbital  motion  of  the  elec- 
tron is  much  greater  than  their  interaction  energy  with  the  externally 
applied  field,  the  field  is  considered  weak.  The  resulting  splitting  that  occurs 
is  referred  to  as  the  Zeeman  effect  of  the  fine  structure.  Correspondingly, 
when  the  interaction  energy  between  the  nuclear  moment  with  the  elec- 
tronic angular  momentum  is  much  greater  than  the  interaction  with  an 
external  field,  the  field  is  considered  weak.  It  gives  rise  to  the  Zeeman 
effect  of  the  hyperfine  structure  (hfs). 

Consider  an  atom  with  zero  nuclear  spin.  Under  weak  field  conditions 
L  and  S  add  vectorially,  and  the  total  angular  momentum  is  J  =  L  +  S. 
L  and  S  are  strongly  coupled  and  precess  rapidly  about  J.  The  vector  J, 
in  turn,  precesses  slowly  about  the  applied  magnetic  field  H0.  A  given 
electronic  state  will  be  split  into  a  number  of  substates.  The  energies  of 
the  various  substates  relative  to  the  zero  field  energy  are  given  by  the 
Hamiltonian 

3C  =  —  yj  •  H0  =  fifjMoJ  '  H0. 
From  the  vector  model  (Fig.  4), 

J  •  Ho  =  JHo  cos  (J,Ho)  =  mjHo 
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Fig.  4.  Vector  model  of  atom  with  zero  nuclear  spin. 


so  that 


W  =  gjnomHo, 


(13) 


where 


mj  =  J,  J  —  1,  .  .  .  ,  —  J. 


It  is  necessary  to  write  gj  in  terms  of  known  quantities.  It  can  be  written 
in  terms  of  the  known  g-i actors  of  the  electron,  gs  ~  2  and  Ql  =  1.  This 
can  be  done  in  the  following  way.  The  projection  of  \xL  and  ys  on  the  direc- 
tion of  J  is 


Using  the  law  of  cosines  and  the  vector  model  in  addition  to  the  quantum 
mechanical  equivalents  of  iS2,  L2,  and  J2,  we  have 


This  expression  for  gj,  together  with  Eq.  (13),  gives  the  eigenvalues  of  the 
Hamiltonian  when  Russell-Saunders  coupling  applies.  The  important  selec- 
tion rules  for  transitions  between  sublevels  of  a  given  J  and  sublevels 
belonging  to  different  J  are  A  J  =  0,  ±1  and  Amj  =  0,  ±1. 

Now  suppose  that  the  nucleus  has  a  spin  I  different  from  zero.  The 
vector  model  is  shown  in  Fig.  3  and  described  in  Section  II  page  6.  I  and 
J  precess  about  F,  and  F  precesses  relatively  slowly  about  the  small  field 


\vj\  =  QjvoJ  =  QlhoL  cos  (L,J)  +  gsfioS  cos  (S,J). 


Then 


gj  =  7  \giXi  cos  (L,J)  +  gsS  cos'(S,J)]. 


(14) 


Ho. 
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The  portion  of  the  total  Hamiltonian  of  interest  is 

3C  =  al  •  J  +  gFli0?  •  H0.  (15) 

A  quadrupole  term  is  not  included  because  we  will  confine  ourselves  to  the 
case  where  J  =  3^.  For  this  case,  the  quadrupole  term  will  not  affect  the 
state  separations.  The  first  term  in  Eq.  (15)  is  the  hfs  interaction  in  zero 
field.  It  has  been  considered  in  Section  II.  The  second  term  gives  the 
splitting  of  the  various  possible  F  states  in  the  weak  field  H0.  Within  the 
present  approximation,  the  relative  energies  of  the  substates  for  a  given 
F  are 

WF  =  gFn0mFH0.  (16) 

The  quantity  gF  may  be  written  in  terms  of  gj  and  gi  just  as  gj  had  been 
previously  written  in  terms  of  gs  and  <7l. 
From  the  vector  model 

gr  =-  p  [gjJ  cos  (J,  F)  -  gil  cos  (I,  F)] 

and 

>(F  +  1)  +  J(J  +  1)  -  /(/  +  1) 


gF  =  gj 


2F(F  +  1) 

"F{F  +  1)  +  /(/  +  1)  -  J(J  +  1) 


+  gi 


2F(F  +  1) 


(17) 


Equations  (16)  and  (17)  give  a  rather  good  quantitative  estimate  of  the 
splitting  in  weak  fields. 

Let  us  consider  the  case  when  J  =  % — atoms  in  2S^  and  2Py$  states, 
for  example.  There  are  only  two  hyperfine  levels — F  =  I  +  %  and 
F  =  I  —  }i.  Let  these  two  values  of  F  be  designated  by  F+  and  F-, 
respectively.  The  ^-factors  for  these  two  levels  are : 

^  -  (afTi) 9J  +  (§7Tl) (18a) 

=  -(ittt)^  +  (2Ttt)^  (18b» 


and 

gF 


Note  that  the  gF  values  are  slightly  different  for  the  two  values  of  F.  The 
splitting  in  the  two  F  levels  in  a  weak  field  will  then  be  slightly  different. 
The  energy  level  diagram  may  be  drawn  using  Eqs.  (16)  and  (18). 

The  diagram  for  cesium  is  shown  in  Fig.  5.  The  ground  electronic  state 
is  2S%  so  that  J  =       the  nuclear  spin  of  cesium-133  is  %.  The  best  value 
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Fig.  5.  Energy  level  diagram  for  Cs133.  The  nuclear  moment  is  positive,  /  =  and 
J  =       The  selection  rules  are  AF  =  0,  ±1;  Amj?  =0,  ±1. 

of  Qi  is  obtained  from  the  measured  value  of  the  magnetic  moment  of  the 
cesium-133  nucleus: 

juca  =  +2.57887  in  units  of  the  nuclear  magneton 

—  (magnetic  moment  in  units  of  maO 
^T       (angular  momentum  in  units  of  h)  ' 

gj  =  -0.737. 
In  units  of  the  Bohr  magneton, 

gj  =  -0.737-^  =  -4.01  X  10~4. 

Since  Eq.  (16)  was  written  in  terms  of  the  Bohr  magneton  juo,  these  are  the 
units  of  gi  that  must  be  used. 

The  sequence  of  mF  states  is  inverted  in  the  F  =  3  level  with  respect  to 
that  in  the  F  =  4  level  as  a  result  of  the  minus  sign  of  the  first  term  of 
Eq.  (18b).  The  F  =  4  level  is  higher  than  the  F  =  3  level.  This  can  be  seen 
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from  the  following  considerations.  The  magnetic  moment  associated  with 
the  angular  momentum  J  is  antiparallel  to  J.  The  magnetic  moment  of  the 
nucleus  is  parallel  to  I  in  the  case  of  cesium  (the  usual  circumstance).  If  I 
is  parallel  to  J,  the  magnetic  moments  are  antiparallel  and  the  energy  of 
interaction  is  evidently  greater  than  if  I  is  antiparallel  to  J.  Thus  when 
gi  is  negative  (and  m  positive),  the  state  F  =  /  +  %  lies  above  the  state 

F  =  \-y2. 

The  closely  spaced  doublets  appearing  in  Fig.  5 — of  which  there  are 
six — have  a  separation 

Araoubiet  =         [tyi]  ~  1.1  X  103  sec-1  gauss-1, 

which  is  a  very  small  frequency  separation  at  the  field  intensities  normally 
used  in  atomic  frequency  standards  (~0.010-0.100  oe).  The  transition 
(F  =  4,  mF  =  0)  <->  (F  =  3,  mF  =  0)  is  chosen  as  the  standard  frequency 
transition  because  it  is  insensitive  to  the  magnetic  field.  In  fact,  in  the 
vector  model  approximation  it  is  completely  insensitive  to  the  field.  A  more 
exact  treatment  shows  a  small  quadratic  field  dependence  of  the  transition 
frequency,  as  we  shall  see.  The  field  sensitive  lines  provide  a  useful  measure 
of  the  uniform  field  of  the  beam  standard. 

B.  Strong  Magnetic  Fields 

The  vector  model  also  provides  a  good  approximation  under  conditions 
of  very  strong  fields.  The  external  field  is  said  to  be  strong  when  the  inter- 
action energy  between  the  nuclear  moment  and  the  electronic  angular 
momentum  is  much  less  than  the  coupling  with  the  field.  Under  these 
conditions  I  and  J  decouple  and  precess  independently  about  the  field 
direction  (Fig.  6).  The  Hamiltonian  is  given  by 

3C  =  al  •  J  +  0jmoJ  •  Ho  +  gmNl  •  H0.  (19) 

In  this  case  the  first  tern  is  not  large  compared  with  the  other  terms. 

In  the  strong-field  approximation  I  •  J  can  be  evaluated  from  the  vector 
model  (Fig.  6) :  J  precesses  much  more  rapidly  about  Ho  than  does  I.  We 
may  then  consider  the  average  value  of  J — which  is  its  component  along 
H0 — as  interacting  with  I.  Thus, 

I  •  J  =  IJ  cos  (J,  Ho)  cos  (I,  H0), 

and 

I  •  J  =  mjmj. 
The  energy  eigenvalues  are  then  given  by 

W  =  amjmj  +  gjn0mjHo  +  gviNmiHo  (20) 
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Fig.  6.  Vector  model  of  atom  in  strong  magnetic  field. 


in  very  strong  fields.  This  relation  is  a  rather  good  approximation  for 
cesium  for  fields  greater  than  about  5000  oe. 

IV.  The  Breit-Rabi  Formula  (7,  11) 

The  vector  model  does  not  give  an  estimate  of  the  energy  separations  in 
intermediate  fields  nor  does  it  give  a  close  enough  approximation  in  weak 
and  strong  fields  for  precise  beam  experiments.  The  energy  levels  in  any 
external  magnetic  field  can  be  determined  from  the  Hamiltonian: 

3C  =  al  •  J  +  fxogjj  •  H0  +         ■  H0  H  2/(2/  -  1)J(2J  -  1)  ^  ' 

The  last  term  is  due  to  the  interaction  between  the  electric  quadrupole 
moment  of  the  nucleus  and  the  electronic  charge  distribution.  There  will 
be  no  quadrupole  interaction  in  the  case  J  =  $i  where  the  electronic 
charge  distribution  is  spherically  symmetric.  This  is  the  case  that  applies 
to  existing  atomic  beam  standards,  and  this  is  the  only  case  that  we  will 
consider. 

For  J  =  %  it  is  necessary  to  diagonalize  the  secular  determinant  asso- 
ciated with  the  Hamiltonian 

50.  =  al  •  J  +  nogjJ  •  H0  +  mo0/I  •  H0. 

The  solutions  are 

w                 —AW     .           „   ,  AWf,  .     AmFx     .    „1H  /OON 

WF=i±h,mr=  2^2I  +  ^  +  fiogimFHo  ±       ^1  +      +  ^  +  x2J  .  (22) 

ATT  is  the  hfs  separation  In  zero  field  (ATF  =  hvo)  between  the  states 
F  =  /  +  ^andF  =  /-  H; 
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_  (gj  —  gi)noH0 
X~  AW 

In  accordance  with  the  usual  convention,  the  quantum  numbers  F  and 
Mf  are  used  with  the  understanding  that  at  high  fields  these  are  the  quan- 
tum numbers  of  the  state  from  which  the  high  field  state  is  adiabatically 
derived.  Equation  (22)  is  called  the  Breit-Rabi  formula,  first  given  by 
Breit  and  Rabi  in  1931  (12). 

The  energy  level  scheme  is  shown  in  Fig.  5  for  weak  applied  magnetic 
fields.  The  transition  most  insensitive  to  the  field  is  the  (F  =  4,  mF  =  0)  <-> 
(F  =  3,  rriF  =  0)  transition.  The  slight  field  dependence  of  the  frequency  of 
this  transition  is  given  by  the  Breit-Rabi  formula,  Eq.  (22).  Assuming 
small  H0: 

v  =  ?o  +  2  ar  —  g  x*  +  •  •  • 

Introducing  the  x-value  for  Cs133, 

v  =     +  427.18#02  -  9.93  X  lO^i/o4,  (23) 

where  ?  is  in  cps  and  H0  in  oersted.  The  term  involving  H04  is  entirely  neg- 
ligible since  H0  falls  in  the  range  0.1  to  0.01  oe  for  most  cesium  beam 
standards. 

Equation  (23)  gives  the  zero  field  hfs  separation  v0  from  the  measured 
frequency  v  after  the  value  of  H0  is  determined.  The  field  H0  can  be  easily 
evaluated  by  measuring  any  of  the  other  observable  transitions.  For 
example,  the  microwave  transitions  (AF  =  ±1,  AmF  =  0)  for  which 


1  _I_  m  _L 

1+4*+2 


=  vo  +  7.0062  X  l06mFH0  +  26.699(16  -  mF*)H02.  (24) 

The  very  low  frequency  transitions  between  the  sublevels  of  a  given  F 
state  (AF  =  0,  AmF  =  ±1)  can  also  be  used.  In  this  case 


_  ~M<fl/  rr    j_  v0 
^3,ms<->3,wii  —   ^  £1  0  T* 


ix  -  ^  (2mx  -  l)x2J 
=  350.870  X  103#0  -  13.349(2mx  -  1)HQ\  (25) 


or 


»'4,7ns*-»4,wi  —  0    '  2~ 


1  1  1 

-Ax  -  ^  (2m1  +  l)z2 


.4  32 

=  349.746  X  103#0  -  13.349(2m!  +  1)#02.  (26) 

The  magnetic  quantum  number  mx  is  associated  with  the  lower  of  the  two 
substates  involved  in  the  transition.  For  the  small  values  of  HQ  ordinarily 
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Fig.  7.  Energy  level  diagram  of  Cs133  in  the  2Sy^  ground  state  as  a  function  of  the 
applied  magnetic  field.  The  hfs  separation  is  AW  =  hva. 

used,  all  of  the  transitions  of  Eqs.  (25)  and  (26)  coincide  at  least  for  the 
practical  purpose  of  measuring  H0. 

Figure  7  shows  a  plot  of  the  energy  levels  as  H0  varies  from  zero  to  very 
large  values.  The  vector  model  applies  in  the  extreme  left  hand  and  right 
hand  sides  of  the  graph.  Equation  (22)  must  be  used  for  intermediate 
points. 
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V.  The  Atomic  Beam  Spectrometer 


The  frequencies  of  separation  between  the  hfs  levels  in  atomic  spectra 
can  be  measured  very  precisely  by  means  of  atomic  beam  techniques.  A 
schematic  of  a  typical  spectrometer  used  in  atomic  beam  resonance  experi- 
ments is  shown  in  Fig.  8a,  b.  Many  variations  in  design  exist  depending  on 
the  nature  of  the  atom  to  be  investigated.  The  design  that  will  be  discussed 
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Fig.  8a.  A  schematic  of  a  typical  atomic  beam  spectrometer.  The  indicated  trajec- 
tories are  for  atoms  that  make  transitions. 
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Fig.  8b.  The  trajectory  of  a  single  atom  leaving  the  source  at  an  angle  0  and  with  a 
particular  speed  v. 
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here  applies  particularly  to  the  longer  of  the  two  National  Bureau  of 
Standards  cesium  beam  frequency  standards  (when  specific  numbers  are 
given). 

Neutral  atoms  effuse  from  the  oven  at  the  left  in  Fig.  8  and  pass  through 
the  nonuniform  magnetic  field  of  the  A  deflecting  magnet.  The  atoms  have 
a  magnetic  dipole  moment  and  consequently  transverse  forces  act  upon 
them  in  this  nonuniform  field.  The  magnitude  and  direction  of  this  force 
depends  upon  which  of  the  states  a  particular  atom  is  in.  Of  all  the  atoms 
effusing  from  the  oven  at  angle  0i  and  speed  v  suppose  those  in  the  upper 
group  of  levels  of  Fig.  8  (electron  spin  "up",  or  mj  =  +3^)3  have  their 
trajectories  bent  toward  the  axis  and  follow  the  path  1.  All  atoms  in  the 
lower  group  of  levels  (electron  spin  "down",  or  mj  =  —  3^)3  effusing  at  an 
angle  02  =  —Q\  with  speed  v  will  have  their  trajectories  bent  toward  the 
axis  also  and  follow  a  trajectory  along  path  2.  Note  that  the  atoms  in  the 
upper  group  of  levels  are  subject  to  forces  that  are  opposite  in  direction  to 
the  forces  on  atoms  in  the  lower  group — their  moments  have  opposite  sign. 

The  spin  "up"  atoms  traversing  the  trajectory  1  and  the  spin  "down" 
atoms  traversing  the  trajectory  2  will  cross  the  axis  at  the  collimator  slit, 
pass  through  the  slit  and  enter  the  region  of  the  B  deflecting  magnet.  The 
B  magnetic  field  is  exactly  like  that  of  the  A  magnet.  Consequently,  the 
transverse  forces  of  the  atoms  will  be  the  same  as  in  the  A  magnetic  field. 
The  spin  "up"  atoms  will  experience  a  downward  force  as  before  and  the 
spin  "down"  atoms  will  experience  an  upward  force,  as  before.  However, 
now  the  atoms  have  crossed  the  center  line  at  the  collimator  slit  and  the 
forces  will  tend  to  make  the  trajectories  diverge  from  the  center  line.  If, 
however,  a  radiation  field  is  applied  in  the  uniform  C  field  region  between 
the  A  and  B  magnets  of  frequency 

v  =  v0  +  427#„2, 

transitions  will  take  place  between  the  states  (F  =  4,  mp  —  0)  and  (F  =  3, 
mF  =  0).  The  magnetic  moments  will  be  flipped.  Atoms  in  the  upper  state 
will  be  induced  to  emit,  and  atoms  in  the  lower  state  will  absorb  a  quantum 
of  energy — with  a  certain  probability.  Thus  the  sign  of  the  magnetic 
moment  will  change  for  all  atoms  undergoing  a  transition.  Consequently, 
the  forces  on  these  atoms  will  be  opposite  in  the  B  magnet's  field  to  what 
they  were  in  the  A  magnet's  field  and  they  will  be  refocused  unto  the  axis 
at  the  detector. 

As  the  frequency  of  the  exciting  radiation  is  swept  through  v,  the 
detected  signal  will  increase  and  reach  a  maximum  at  frequency  v  and 
then  decrease  as  the  radiation  frequency  is  varied  beyond  v. 

*  It  is  assumed  that  the  deflecting  fields  are  strong  fields  for  the  purpose  of  qualitative 
discussion. 
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A.  Atomic  Trajectories  (6,  7) 

The  atomic  trajectories  and  deflections  can  be  calculated  rather  simply 
for  the  elementary  field  configurations  ordinarily  used  in  the  deflecting 
fields  of  atomic  beam  machines.  The  energy  W  of  the  atom  is  given  by  the 
Breit-Rabi  formula,  Eq.  (22).  This  energy  is  a  function  of  the  magnitude 
of  the  field  intensity  H.  The  fields  of  the  deflection  magnets  are  conserva- 
tive so  that  the  force  on  the  atom  is  given  by4 

F  =  -vW.  (27) 

This  can  be  rewritten  as 

dW 

F  =  ~  m vH>  (28) 

provided  that  the  only  dependence  of  W  on  position  is  through  the  spatial 
variation  of  the  magnetic  field  intensity  H.  F  is  different  from  zero  only 
when  the  field  has  a  gradient  different  from  zero,  i.e.,  when  the  field  is 
nonuniform. 

The  partial  derivative,  —SW/dH,  is  called  the  effective  magnetic 
dipole  moment  jueff-  The  effective  dipole  moment  has,  in  general,  a  different 
value  for  each  state: 

=  J      (g/2)  +  mF/(2I  +  1)      I      ,  ,  ,OQ, 

for  atoms  with  J  =  Note  that  Meff  is  a  function  of  H.  The  magnetic 
moments  given  by  Eq.  (29)  are  plotted  in  Fig.  9  for  cesium  as  a  function 
of  H  (or  x). 

Equation  {28)  can  be  conveniently  written  as 

F  =  MeffV#.  (30) 

The  A  and  B  deflecting  magnets  are  designed  such  that  the  field  configura- 
tion has  a  simple  calculable  form,6  and  so  that  the  force  has  the  components 

Fx  =  0, 
Fy  =  0, 

and 

jr,  dH 

t  z  —  /ieff  -r—  =  constant, 
az 

*  Here  F  is  the  force  vector  and  is  not  to  be  confused  with  the  previous  F  which 
represented  the  total  angular  momentum  vector. 

6  We  consider  here  the  field  of  two  parallel  wires  with  currents  of  equal  magnitude 
flowing  in  the  opposite  direction.  The  fields  themselves  will  be  discussed  more  fully  later. 
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within  a  reasonable  approximation.  Then 

Meff  dH  ,  , 

z  =  a  =  —,  (31) 

m  dz 

where  a  is  the  acceleration  imparted  to  the  atom  in  the  direction  transverse 
to  the  axis  of  the  spectrometer,  and  m  is  the  mass  of  the  atom.  We  choose 
the  coordinate  system  where  z  is  positive  above  the  axis  and  negative  below 
(Fig.  8b). 

The  acceleration  a  is  different  from  zero  only  in  the  regions  2  and  5 
where  the  field  in  nonuniform.  Integration  of  Eq.  (31)  yields 

z  =  vz  =  vzi  +  a  it  (32  ) 

and 

z  =  Zi  +  vzlt  +  Haf,  (33) 

where  vzi  is  the  transverse  velocity  that  the  atom  has  as  it  enters  the  ith. 
region,  Zi  is  the  z-coordinate  of  the  particle  as  it  enters  this  region,  and  t 
is  the  time  spent  in  this  region. 

Atoms  effuse  from  the  source  slit  in  all  forward  directions.  Consider 
atoms  emitted  from  the  source  with  speed  v  and  at  an  angle  6  with  respect 
to  the  center  line  of  the  machine.  It  is  of  interest  to  calculate  the  z-coordi- 
nate of  these  atoms  at  each  of  the  y  positions  (1)  through  (6)  (see  Fig.  8b). 
The  transverse  velocity  in  region  (1)  is6 

Vzi  =  v  sin  6  «  vd 

and  the  z-coordinate  in  plane  (1)  is 

Zx  =  V,iti  =  dh, 

where  t\  =  (h/v). 

The  z-coordinate  in  plane  (2)  is  given  by 

z-i  =  zi  +  v,it2  +  yia2t<?, 

where  U_  =  U/v,  so  that 
Correspondingly, 

Z%  —  Zo  +  VziU, 

or 

/7       I     7       i     7  \/i     I     fl2^(^2  +  2l3) 

z3  =  (h  +  h  +  h)B  H  ! 

Z4  =  Z;<  +  Vz2tA 

6  The  angle  0  will  be  very  small  for  any  atom  that,  reaches  the  detector  plane  without 
collision.  Hence  sin  6  ~  $  is  a  good  approximation. 
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or 


24  =  (Ji  +  U  +  I  +  U)0  +  ttt  (l«  +  2/3  +  224); 


2v2 

2s  =  Zi  +  Vztts  +  ^a6i62 

or 


#2^2  /7     1    07     1    07     1    07  \    1  a^ 


2 

25  =  (Zi  +  Z2  +  Z.  +  Z4  +  25)0  +  |P  (2a  +  223  +  224  +  2Z6)  + 

26  =  2s  +  t>z6*6 

or 

26  =  (h  +  22  +  23  +  24  +  Z6  +  k)d  +  ^  (i,  +  223  +  2Z4  +  2Z5  +  226) 


+  $  &  +  2W. 


In  order  for  an  atom  to  pass  through  the  collimating  slit,  23  must  be 
zero.  This  imposes  a  condition  on  6.  In  particular, 

=  _    a222(22  +  2Z3) 


2b»(2i  +  22  +  23) 

The  displacement  from  the  center  line  in  the  detector  plane  is  then 
=  +  220(24  +  26  +  26)  ,  a526(25  +  2Z6) 

From  Fig.  9  it  is  evident  that  if  a  transition  is  induced  for  which 
AF  =  ±1  and  Athf  =  0,  the  magnitude  of  the  magnetic  moment  of  the 
atom  remains  the  same  but  the  sign  of  the  moment  changes.  Thus  for  this 
type  of  transition  the  forces  would  be  equal  but  oppositely  directed  in 
regions  (1)  and  (5)  if 


(■-)  =  (-) 

\  dz  )i      \  dz  J 1 


Hence  a  symmetrical  apparatus  would  give  a  refocused  beam  at  the  detector 
wire.  More  specifically,  if 

21  =  26, 

22  —  h, 
h  —  24, 

and 


(6H\  =  (d_H\ 
\dzJ2      \  dz  J* 


463-560  O  -  72  -  3 
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Fig.  9.  The  effective  magnetic  moment,  /*ef f,  relative  to  the  Bohr  magneton,  no,  is 
plotted  for  the  various  magnetic  substates  in  Cs  133  as  a  function  of  the  applied  magnetic 
field. 


then 


26  =      2mv>      [(Meff)2  +  Mi]  J? 


(34) 


When  a  transition  AF  —  ±1,  AmF  =  0  is  induced,  (Meff)2  =  —  (^efOs  and 
26  =  0  as  described  above. 

Introducing  some  numbers,  let 

h  =  k  =  24  cm, 
h  =  h  =  10  cm, 
h  =  h  —  100  cm, 


and 


(¥).  ■  (S).  -  6800 
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for  a  field  at  the  position  of  the  beam  in  the  deflecting  magnets  of  2100  oe. 
For  this  particular  value  of  the  field  intensity, /Ueff  =  0.50  X  10~20erg/gauss. 
If  the  oven  temperature  is  150°C,  the  most  probable  velocity  a  of  a  cesium 
atom  in  the  oven  is  2.3  X  104  cm/sec  and 

580  ro     ,dH  A1_ 
26  =  4kf  '  Meff^  ~dz  =  cm- 

Although  a  symmetrical  device  is  not  the  most  suitable  for  observing 
the  AF  =  0,  AmF  =  dbl  transitions,  these  transitions  are  easily  observed 
and  they  provide  a  useful  measure  of  the  magnitude  of  the  uniform  C  field. 
The  C  field  is  essential  in  beam  experiments  in  order  to  preserve  the  state 
identity  of  the  atom  as  it  progresses  through  the  apparatus.  All  of  the 
magnetic  fields  are  arranged  to  have  the  same  direction  so  that  at  no  time 
will  an  atom  in  the  beam  pass  through  a  region  of  zero  field.  This  avoids 
the  occurrence  of  nonadiabatic  transitions  or  Majorani  flop. 

B.  The  Beam  Intensity  and  Intensity  Distribution  (6,  7) 

Evidently,  from  Eq.  (34),  the  point  at  which  an  atom  crosses  the 
detector  plane  depends  upon  its  velocity  and  its  substate.  Consider  first 
the  case  when  no  forces  are  applied  to  the  atoms  of  the  beam,  that  is,  when 
the  deflecting  magnets  are  switched  off.  The  number  of  atoms  striking 
the  detector  per  unit  time  with  velocities  in  the  range  v  to  v  +  dv  is  given 
approximately  by 

NoaA  (  m  \H  I 'mv2\ 

This  can  be  rewritten  as 

dN  =  I(v)dv  =  ^  v3  exp       ~)  dv,  (36) 


where 


is  the  total  number  of  atoms  striking  the  detector  per  unit  time,  No  is 
the  number  of  atoms  per  unit  volume  in  the  oven,  a  is  the  oven  slit  area, 
A  is  the  area  of  the  detector,  r  is  the  total  distance  between  the  oven 
slit  and  the  detector,  c  is  the  average  speed  of  an  atom  inside  the  oven 
(c  =  x^SkT/rrm),  and  a  is  the  most  probable  speed  inside  the  oven 
(a  =  V2kT/m). 

Equation  (36)  may  be  re-expressed  in  terms  of  the  magnetic  deflection : 
Let  z6  be  designated  as  sa  when  v  =  a  and  s  otherwise  so  that 


Z3-22 


and 


Evidently, 


and 


sa  = 


s  = 


2m 
20* 


uh(dH\ 
a2   \  dzh 


h(h  +  2k) 


2mv2 


s 


a* 


dN  =  I(s)ds  =  —  Iq  exp  (          )  -\  ds 


(38) 


if  the  width  of  the  parent  beam  is  small  compared  to  s. 

Calculation  of  the  actual  intensity  distribution  must  take  into  account 
the  finite  width  of  the  beam.  Figure  10  shows  the  trapezoidal  beam  shape 


Fig.  10.  Beam  profile  without  deflection  at  the  detector  plane. 


at  the  detector  plane  without  deflection.  The  refocused  beam  would  have 
the  same  shape  if  only  atoms  undergoing  a  moment  change  in  the  radiation 
field  were  considered. 

Considering  the  finite  width  of  the  beam,  the  magnetic  deflection  is  s  —  So 
and 

tP  _  sa 
a2     s  —  So 
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Then  the  contribution  to  the  intensity  at  s  due  to  the  infinitesimal  width 
ds0  at  s0  of  the  parent  beam  is  given  by 


dl(s)  =  /o'(so) 


where  /o'(so)  is  the  total  number  of  atoms  incident  per  second  on  the 
detector  per  unit  width  at  the  point  s0.  If  w  is  the  width  of  the  detector, 

r+w/2 

/        Io'(so)ds0  =  70,  approximately, 

J  -w/2 

where  h  is  given  by  Eq.  (37). 

In  Eq.  (39),  s  —  s0  must  always  have  the  same  sign  as  sa.  When  s  —  s0 
has  the  opposite  sign  from  sa  there  is  no  contribution  at  s  and  dl(s)  =  0. 
Rather  than  introduce  the  trapezoidal  shape  of  the  undeflected  beam  into 
Eq.  (39),  it  is  usually  sufficient  to  consider  the  equivalent  rectangular 
beam  shape  of  width  2a  (Fig.  10).  Integration  of  Eq.  (39)  yields 

m  =  /-  [exp  (-  +^)-exp(-  ^)(l  +  ^)] 

(40a) 

for  s  ^  a, 

7W  =  /J0[exp(-^)(l+F^)]  (40b) 
for  —a^s^a,  and 

I(s)  =  0  (40c) 

for  s  ^  —a.  These  equations  apply  when  sa  is  positive.  The  intensity  dis- 
tribution is  (ideally)  symmetrical  about  s  =  0. 

Figure  11  shows  the  intensity  distribution  for  various  values  of  sa.  It  is 
evident  from  the  curves  that  the  maximum  intensity  occurs  at  a  point  con- 
siderably less  than  sa.  The  probability  of  an  atom  emerging  from  the  source 
slit  is  proportional  to  the  velocity.  Consequently,  the  most  probable  veloc- 
ity in  the  beam  is  somewhat  greater  than  the  most  probable  velocity  in  the 
oven.  In  fact,  the  most  probable  velocity  in  the  beam  is  \/3/2a  =  1.22a. 
The  deflection  of  atoms  in  the  beam  will  generally  be  less  than  sa.  The 
values  of  |s|  at  the  maxima  of  the  curves  occur  at  about  |sa|/3  for  large 
sa  (sa  ~  10a  or  greater). 

In  the  case  of  cesium,  the  beam  is  composed  of  atoms  in  16  different 
states.  A  different  fietf  and  sa  is  associated  with  each  state.  The  observed 
intensity  distribution  is  then  the  composite  of  all  of  these  separate  intensity 
distributions.  All  of  the  separate  distributions  have  approximately  equal 
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weight.  The  total  intensity  distribution  is  experimentally  plotted  by 
simply  moving  the  detector  transversely  across  the  beam.  This  is  a  useful 
procedure  in  aligning  the  instrument.  A  suitable  Stern-Gerlach  peak 
separation  is  about  3  undeflected  beam  widths  or  6a  for  a  good  signal-to- 
noise  ratio  of  the  refocused  atoms.  The  deflecting  magnets  must  be  designed 
so  that  they  are  capable  of  providing  an  intensity  distribution  of  this  general 
character. 

The  observed  signal  in  a  beam  experiment  is  the  change  in  detector 
current  due  to  the  induced  transitions.  The  total  undeflected  beam  intensity 
seen  by  the  detector  centered  at  s  =  0  is 

Io  =  16/ooW,       if  w  <  2a 

and 

Io  =  16/oo2a       if  w  >  2a, 

where  w  is  the  width  of  the  detector  and  Too  is  the  number  of  atoms  of  a 
single  state  colliding  with  the  detector  per  second  per  unit  width  of  detector. 

Equation  (37)  gives  a  relation  for  Io  if  it  is  assumed  that  simple  effusion 
occurs  from  the  oven  slit.  At  an  oven  temperature  of  150°C  the  vapor 
pressure  of  cesium  is  about  5  X  10~3  mm  Hg,  and  iV0~l  X  1014  atoms/cm3. 
If  the  oven  slit  and  detector  widths  are  0.015  in.  and  the  equivalent  beam 
height  is  0.05  in.,  then 

7o  =  - * «  8  X  107  atoms/sec 

for  r  =  268  cm.  For  a  surface  ionization  detector,  the  efficiency  of  ioniza- 
tion can  be  nearly  100%.  In  this  case  the  detected  current  would  be 

(8  X  107  electrons/sec)  (1.6  X  IO19  coul/electron)  =  1.3  X  IO"11  amp. 

Approximately  one-eighth  of  this  total  detected  intensity  is  contributed 
by  the  two  states  (F  =  4,  mF  =  0)  and  (F  =  3,  mP  =  0).  When  the  deflec- 
tion magnets  are  switched  on,  the  intensity  seen  by  the  detector  is 

r+w/2 
V  =  /  I(s)ds. 

J  -w/2 

If  w  =  a,  the  integration  yields 

V  =  |  Zoo  [3  exp  (-2sa/3a  -  exp  (-2sa/a)].  (41) 

The  total  intensity  is  obtained  by  superposing  the  contributions  made  by 
all  of  the  states,  each  state  having  in  general  a  different  sa. 

16 

7'totai  =  ^  vJoo^  [3  exp  (  —  2sat/3a)  —  exp  {  —  2sai/a)).  (42) 
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rn  is  the  relative  population  of  atoms  in  the  ith.  state.  If  the  transitions 
(F  =  4,  mF  =  0)  <-»  (F  =  3,  =  0)  are  induced  (with  probability  one), 
then  the  total  detected  intensity  would  be 


14 


i'=l 


Aotai  =  2/ooa  +  7  o^oo[3  exp  (— 2sai/3a)  -  exp  (  — 2s«f/a)],  (43) 


where  it  is  assumed  that  all  states  have  equal  populations.  The  first  term 
is  due  to  the  refocused  atoms.  If  the  deflecting  fields  are  very  strong,  then 
the  sai  are  very  nearly  the  same  for  all  the  states. 

In  order  to  observe  the  maximum  change  in  detector  signal  when  a 
transition  occurs,  the  summation  term  of  Eq.  (43)  should  be  made  small 
relative  to  the  term  2I00a  (see  Fig.  11).  A  satisfactory  practical  choice  of 
machine  parameters  to  attain  this  condition  are  those  for  which  sa  «  10a. 

Estimates  of  intensity  by  means  of  the  foregoing  relationships  assume 
that  simple  effusion  occurs  at  the  oven  slit  and  that  the  velocity  distribu- 
tion is  not  affected  by  the  geometry  cf  the  apparatus.  The  oven  slits  are 
frequently  made  up  of  many  long  channels  from  which  simple  effusion  does 


Fig.  12.  Oven  and  detector  offset  arrangement  for  the  selection  of  slower  atoms.  A 
narrower  spectral  line  results. 

not  occur  (7,  12).  This  tends  to  concentrate  the  atoms  effusing  from  the 
source  within  a  smaller  solid  angle  with  a  saving  of  oven  material,  in  this 
case,  cesium.  The  channeled  source  also  tends  to  reduce  the  number  of  slow 
atoms  detected  because  of  this  concentration  of  the  beam — at  least  if  the 
oven  and  detector  are  placed  on  the  axis  of  the  machine  in  the  usual  way. 

The  geometry  of  the  apparatus  will  affect  the  velocity  distribution.  If 
the  deflecting  magnet  pole  shoes  are  too  close  together,  the  slow  atoms  that 
could  be  detected  will  be  eliminated  from  the  beam  and  the  spectral  line 
will  be  broad.  It  is  useful  to  introduce  a  stop  at  the  center  of  the  unde- 
flected  beam  for  the  purpose  of  eliminating  very  fast  atoms.  A  reduction  in 
intensity  is  incurred  but  the  spectral  line  width  will  be  narrower.  It  is  thus 
useful  to  restrict  the  fast  atoms  but  not  the  slow  atoms. 

Some  economy  in  magnet  construction  can  be  gained  by  using  deflect- 
ing magnets  with  rather  narrow  spacing  between  the  pole  shoes  and  off- 
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setting  the  oven  and  detector  from  the  machine  axis.  Although  the  slowest 
atoms  will  be  eliminated  from  the  beam  if  the  oven  and  detector  are  both 
on  the  midline  axis,  the  slow  atoms  can  be  observed,  together  with  the 
consequent  narrower  line,  by  offsetting  the  oven  slit  and  detector  (see 
Fig.  12).  In  this  arrangement  only  emission  or  absorption  is  observed 
instead  of  both  as  in  the  usual  circumstance. 

C.  The  Deflecting  Fields  (6,  7) 

Most  atomic  beam  spectrometers  employ  iron  magnets  designed  to 
produce  the  same  field  as  two  parallel  wires  carrying  current  in  opposite 
directions.  In  a  few  cases,  four-  and  six-wire  field  configurations  have  been 
used.  The  more  common  two-wire  field  will  be  considered  first.  Figure  13a 


MAGNETIC 
EQUIPOTENTIALS 


ATOMIC  BEAM 
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Fig.  13.  (a)  The  field  intensity  lines  and  magnetic  equipotentials  of  two  parallel 
wires  normal  to  the  diagram  at  x  —  a,  z  =  0  and  x  =  —a,  2  =  0.  (b)  An  iron  deflecting 
field  contoured  to  produce  a  two-wire  field. 

displays  the  field  intensity  and  the  equipotentials  of  two  parallel  wires 
normal  to  the  diagram  at  (x  =  a,  z  —  0)  and  (x  =  —  a,  z  =  0).  They  carry 
a  current  I  in  opposite  directions.  The  field  intensity  at  the  point  (x,  z)  is 
given  by7 

H(?>  *>  =  (**) 

and  the  gradient  of  the  field  is  given  by  (see  Appendix  F  in  Ramsey,  7) 

dH  frf  +  r22 


dz 


(45) 


7  In  this  relationship,  /  is  measured  in  abamperes  (1  abamp  =  10  amp). 
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The  value  of  this  derivative  dH/dz  is  almost  constant  in  the  region  x  =  0, 
2  =  1.2a.  If  the  undeflected  beam  is  centered  at  z  =  1.2a  and  the  beam 
height  does  not  exceed  1.4a,  the  beam  will  be  deflected  without  excessive 
distortion.  It  may  be  assumed  in  calculating  atomic  trajectories  that 
dH/dz  and  H  both  are  constant  in  an  adequately  large  region  about  this 
point. 

At  the  point  y  =  0,  z  =  1.2a, 

a 

dH  _  1.61/ 

dz  a2 

and 

77  —  ~  —  (46) 
H  dz  a 

The  current  has  been  conveniently  eliminated  in  this  relationship. 

The  lines  of  H  and  the  magnetic  equipotentials  form  a  system  of  ortho- 
gonal circles  for  two  parallel  wires.  This  same  field  configuration  can  be 
produced  by  an  iron  magnet  by  simply  contouring  the  pole  surfaces  to  coin- 
cide with  two  equipotential  surfaces  (see  Fig.  13b).  Suitably  large  deflec- 
tions for  cesium  atoms  can  be  obtained  with  rather  simple  low  power  mag- 
nets of  this  kind.  In  molecular  beam  experiments  the  effective  magnetic 
moments  of  the  molecules  are  ordinarily  the  order  of  a  nuclear  magneton ; 
very  large  magnets  are  required  and  beam  widths  must  be  smaller.  There 
appear  to  be  some  distinct  advantages  in  using  multipole  deflecting  fields. 
Multipole  field  configurations  have  been  used  successfully  in  atomic  beam 
experiments  (13,  14,  15)  and  in  gaseous  masers  (16).  A  significant  increase 
in  intensity  is  gained — perhaps  an  order  of  magnitude — because  these 
field  configurations  accept  atoms  from  a  relatively  large  solid  angle.  In 
atomic  resonance  beam  experiments,  however,  a  fraction  of  this  gain  is 
lost  because  of  nonadiabatic  transitions  occurring  as  the  beam  enters  and 
leaves  the  uniform  C  field  region. 

Figure  14  shows  a  cross  section  of  a  four-pole  deflecting  field.  The  sur- 
faces of  the  iron  pole  pieces  have  been  contoured  to  fall  on  the  magnetic 
equipotentials  whose  intersection  with  the  plane  of  the  diagram  form 
hyperbolas.  The  magnitude  of  the  field  intensity  can  be  shown  to  be 
(ideally) 

H  =  |?r.  (47) 
The  transverse  force  on  an  atom  within  this  magnet  assembly  is  radial: 

r.  TT/       (      dW\dH  ,ao. 

P=_vTF  =  (__J_er,  (48) 
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Fig.  14.  Cross  section  of  a  four  pole  magnetic  deflection  field, 
where  er  is  a  radial  unit  vector  and: 

—  =  —  ■  (49) 
dr       R  l4yj 

R  is  the  distance  from  the  axis  of  the  assembly  to  the  nearest  point  on  each 
of  the  four-pole  surfaces,  and  Hm  is  the  magnetic  field  at  these  points  on  the 
surfaces. 

In  general,  W  is  a  function  of  the  magnitude  of  the  field  H  and  is  given 
by  the  Breit-Rabi  formula.  If  the  field  produced  by  the  magnet  assembly 
is  sufficiently  strong  so  that  the  magnetic  interaction  energy  with  the 
external  field  is  large  compared  to  the  interaction  energy  between  the 
nuclear  and  electronic  angular  momentum  (Paschen-Back  effect),  then  the 
atom  will  have  a  magnetic  moment  /ueff  of  the  order  of  a  Bohr  magneton 
independent  of  the  magnetic  field.  As  an  example  consider  cesium:  In 
strong  fields 

Meff  =  —  Mo  for  mj  =  +  ^  states 
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and 


Then 


Meff  =  +Mo  for  rrij  =  —  -  states. 


Fr  =  Ateff  -rr  =  ^Mo  -5-  =  constant.  (50) 

Atoms  for  which  jueff  is  positive  are  repelled  from  the  axis,  and  atoms  for 
which  Heft  is  negative  are  attracted  toward  the  axis.  For  atoms  entering  the 
deflecting  field  with  a  velocity  vector  in  a  plane  containing  the  axis,  the 
equations  of  motion  have  the  same  form  as  those  previously  calculated  for  a 
two-wire  field.  In  general  the  atoms  will  execute  a  spiral  motion  through  the 
deflecting  field. 

In  order  to  consider  /zeff  sufficiently  independent  of  the  field  it  would  be 
necessary  to  adjust  Hm  to  about  5  kgauss  or  higher  for  cesium  and  in  addi- 
tion a  stop  would  be  necessary  on  the  axis  so  that  atoms  passing  through 
the  low  field  regions  in  the  neighborhood  of  the  axis  would  be  eliminated 
from  the  beam.  The  stop  would  insure  the  validity  of  Eq.  (50)  which 
assumes  /zeff  =  constant.  The  field  could  also  be  operated  at  lower  intensi- 
ties in  which  case  the  force  on  an  atom  is  approximately  proportional  to  r, 
its  distance  from  the  axis.  Cesium  atoms  in  states  (F  =  4,  mF  =  0)  and 
(F  =  3,  rriF  =  0),  for  example,  in  applied  fields  of  2  kgauss  or  less  have  an 
effective  dipole  moment  approximately  given  by 


dW  1  [{ffj  -  gM'  „ 


Me"         dH0  '    '  2  AW 

where  the  minus  sign  applies  to  the  F  =  4  state  and  the  plus  sign  refers  to 
the  F  =  3  state.  The  force  on  these  atoms  is 

F,-*1*1**' (51) 


where 


2  AW 


Atoms  in  the  (F  =  4-,  mF  =  0)  state  are  attracted  toward  the  axis,  and 
atoms  in  the  (F  =  3,  mF  =  0)  state  are  repelled  from  the  axis.  Atoms  in  the 
upper  state  would  execute  simple  harmonic  motion  in  passing  through  the 
deflecting  field  with  angular  frequency 


(gj  -  gi)  Hm 
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A  six-pole  magnet  with  strong  fields  would  also  exert  a  force  on  the 
atoms  proportional  to  r.  Then 


and 


03  ~  \^nW 


(54) 
(55) 


A  beam  device  might  be  designed  such  that  somewhat  less  than  Y±  or  ^ 
of  a  period  of  this  harmonic  motion  occurred  within  each  of  the  deflecting 
fields  (see  Fig.  15).  Only  flop-out  experiments  can  be  performed  with  these 
field  configurations  if  the  detector  is  placed  on  the  axis  as  in  Fig.  15a,  b. 
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Fig.  15.  (a)  A  beam  device  designed  for  \  the  period  of  the  harmonic  motion  occur- 
ring in  the  deflection  magnet's  field,  (b)  A  beam  device  designed  for  \  the  period  of 
the  harmonic  motion  occurring  in  the  deflection  magnet's  field. 


The  solid  angle  accepted  from  the  source  by  the  deflection  magnet  assembly 
can  be  determined  in  the  following  way.  The  increase  in  potential  energy 
of  an  atom  as  it  passes  through  the  deflection  field  must  be  equal  to  the 
decrease  in  transverse  kinetic  energy  that  the  atom  experiences  in  passing 
through  this  field.  Thus, 


33-32 


\m[vtM\2  ~  \m[vu{R)Y  =  W{R)  -  TF(O), 


where  vtt(0)  is  the  transverse  velocity  of  the  atom  as  it  enters  the  field 
(we  assume  that  the  oven  orifice  is  on  the  axis  at  r  =  0),  vtT(R)  is  the 
transverse  velocity  at  a  distance  R  from  the  axis,  and  W(R)  and  W(0).  are 
the  potential  energies  of  the  atom  at  distances  r  —  R  and  r  =  0  respec- 
tively. R  is  the  radius  of  a  circle  inscribed  within  the  pole  pieces  and  touch- 
ing the  pole  tips.  For  the  fields  considered  W(0)  =  0  and  W{R)  are  given 
by  the  Breit-Rabi  formula.  Presumably,  only  those  atoms  having  vtI(R)  ^  0 
will  remain  in  the  beam.  An  atom  effusing  from  the  source  with  velocity 
v  can  be  emitted  at  a  maximum  angle  6V  and  still  remain  in  the  beam.  This 
angle  will  be  sufficiently  small  so  that  we  may  write 

vtT  =  v  sin  6V  ~  v8v. 

Now 

\m[vtMf  =  W(R)  =  \m[vdv]\ 

or 

1  r  n  12  kR2 

2  m[vdv]2  = 

The  maximum  solid  angle  accepted  from  the  source  is  then 

a,  =  7T0,2  =  ^  (56) 

mv2 

for  atoms  in  the  state  considered  and  having  velocity  no  less  than  v. 


D.  Beam  Detection  and  Beam  Sources  (6,  7,  13,  17) 

When  an  atom  approaches  a  metal  surface  ionization  processes  are  often 
possible.  An  atom  will  be  ionized  if  an  atomic  electron  tunnels  to  any  un- 
occupied electronic  state  in  the  metal.  This  process  occurs  with  particular 
ease  for  cesium.  The  atoms  of  the  beam  strike  a  hot  wire,  the  ions  are 
boiled  off,  collected,  and  measured  with  an  electrometer  or  electron  multi- 
plier circuit.  In  Fig.  16  the  metal  is  represented  by  a  potential  well  of  depth 
Wa  filled  with  electrons  to  the  Fermi  level  f .  The  work  function  is  the 
minimum  energy  required  to  raise  an  electron  to  the  energy  continuum. 
The  atom  is  represented  by  a  second  potential  well  which  is  occupied  by 
an  electron  in  one  of  the  possible  energy  states.  The  ionization  potential 
of  the  atom  is  denoted  by  Vj. 

In  order  for  ionization  to  take  place,  the  energy  level  of  the  electron  in 
the  atom  must  coincide  within  narrow  limits  of  a  vacant  energy  level  in 
the  metal.  The  two  states  are  then  said  to  be  in  resonance  and  tunneling 
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may  occur.  The  shapes  of  the  potential  wells  of  the  metal  and  atom  are 
deformed  at  close  approach.  This  deformation  is  necessarily  accompanied 
by  a  shift  of  the  energy  levels  and  consequently  a  shift  in  the  ionization 
potential.  Evidently,  if  an  atom  whose  ionization  potential  is  less  than  the 
work  function  of  a  metal  strikes  the  metal  surface,  it  can  be  re-evaporated 
as  a  positive  ion  (18).  The  metal  must  be  sufficiently  hot  to  prevent  conden- 


Fig.  16.  A  pictorial  representation  of  the  potential  barrier  between  an  atom  and  a 
metal  surface. 

sation.  Cesium  has  a  particularly  low  ionization  potential  (VI  =  3.87  ev) 
and  can  be  ionized  with  almost  100%  efficiency  on  hot  tungsten  (<f>  =  4.5 
ev)  or  hot  platinum  (<f>  =  5.1).  The  NBS  standards  employ  a  platinum- 
iridium  alloy  (80%  Pt;  20%  Ir)  with  somewhat  improved  behavior  over 
either  tungsten  or  platinum.  There  seem  to  be  fewer  impurity  ions  in  the 
alloy  than  in  tungsten.  These  ions  create  an  undesirable  and  erratic  back- 
ground current. 

The  tungsten  or  Pt-Ir  detector  is  usually  in  the  form  of  a  ribbon.  Cesium 
is  detected  with  good  efficiency  if  the  temperature  of  the  ribbon  is  main- 
tained at  about  900°C.  The  ion  current  can  be  measured  either  with  an 
electrometer  or  electron  multiplier  circuit.  If  an  electrometer  is  used  the 
ribbon  is  frequently  surrounded  by  a  collector  ring,  and  if  an  electron  mul- 
tiplier is  used,  accelerating  and  focusing  electrodes  must  be  introduced.  Fre- 
quently a  mass  spectrometer  is  used  to  analyze  the  ion  beam,  thus  removing 
the  impurity  ions.  The  National  Company  Atomichron  employs  a  tungsten 
ribbon  together  with  an  electron  multiplier  and  mass  spectrometer. 

Electrometer  circuits  are  capable  of  measuring  currents  as  low  as 
1  X  10-17  amp.  Those  employed  in  the  NBS  standards  have  a  background 
current  of  4  X  10~16  amp  when  operating  under  ideal  conditions.  With  the 
exciting  radiation  adjusted  in  frequency  to  the  resonance  peak  of  the  atomic 
transition,  the  detected  current  js  typically  the  order  of  4  X  10~12  amp  so 
that  the  signal-to-noise  ratio  is  about  1000.  Strictly  speaking,  this  is  the 
signal-to-noise  ratio  for  Rabi  excitation  (see  Section  V,E).  Most  atomic 
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frequency  standards  employ  Ramsey  type  excitation.  The  signal-to-noise 
ratio  in  this  case  is  usually  given  by  the  ratio  of  the  peak  intensity  less  the 
intensity  at  the  first  minimum  of  the  Ramsey  interference  pattern  divided 
by  the  root-mean-square  of  the  noise  current.  Because  of  the  distribution 
of  velocities  in  the  beam,  the  first  minimum  does  not  go  down  to  the  noise 
level.  In  fact,  typically,  the  current  at  this  point  is  about  %  or  %  of  the 
current  at  the  peak  of  the  spectral  line.  Thus  the  signal-to-noise  ratio  of 
the  Ramsey  line  is  about  330. 

It  is  of  interest  to  compare  the  electrometer  and  electron  multiplier 
detectors.  The  electrometer  circuit  has  the  advantage  of  simplicity  but  the 
disadvantage  of  a  longer  time  constant  (~0.2  sec  for  typical  current  values). 

A  simplified  model  of  an  electrometer  circuit  is  shown  in  Fig.  17.  Let 


Fig.  17.  Simplified  electrometer  circuit  for  the  detection  of  atomic  beam  ion  currents 

us  consider  the  noise  in  such  a  circuit.  We  will  neglect  the  noise  resulting 
from  beam  fluctuations  and  impurity  ions  boiled  off  the  detector  wire. 
The  important  sources  of  noise  remaining  are  the  Brownian  motion  of 
electricity  in  the  grid  circuit  and  the  shot  noise  of  the  grid  current.  Using 
the  Schottky  and  Nyquist  relations,  it  can  be  shown  (19,  20)  that  the  mean 
squared  deviation  of  the  grid  current  is  given  by 

-={2kT/^  +  eI  (5?) 

so  long  as  the  time  constant  r  of  the  galvanometer  is  much  less  than  the 
time  constant,  RgCR,  of  the  grid  circuit.  In  Eq.  (57),  k  is  the  Boltzman 
constant  (k  =  1.38  X  10~23  joules/°K),  T  is  the  absolute  temperature  of 
the  grid  resistor  RK,  e  is  the  electronic  charge  (e  =  1.60  X  10~19  coul),  and 
/  is  the  grid  current  in  amperes. 
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If  the  galvanometer  responds  much  more  slowly  than  the  grid  circuit, 
i.e.,  if  r  »  RgCe,  and  if  (2kT/Rg)  »  el,  then 

AP  =  ~  (58) 

T/tg 

As  an  example  suppose  that  Ce  =  20/ijuf,  T  =  300°K,  Rs  =  1010  ohms,  and 
/  =  1  X  10-12  amp.  Using  Eq.  (57)  and  associated  assumptions,  the  root- 
mean-square  current  deviation  is 

Alima  =  1.6  X  10"16  amp. 

The  signal-to-noise  ratio  is  I/Alrm8  =  630.  If  the  ionized  beam  current  is 
measured  with  an  electron  multiplier,  the  primary  contribution  to  the 
noise,  ignoring  the  beam  fluctuations  and  impurity  ions,  is  shot-noise. 

The  mean  squared  deviation  of  the  output  noise  current  is  given 
approximately  by  {21,  22) 


lelM  (mM      *)  Av, 
\  m  —  1  / 

where  /  is  the  average  ion  current  incident  on  the  first  dynode,  M  is  the 
total  current  multiplication  factor,  m  is  the  average  multiplication  per 
stage,  e  is  the  charge  On  the  electron,  ..nd  Av  is  the  bandwidth.  It  has  been 
assumed  in  Eq.  (59)  that  the  probability  of  production  of  secondary 
electrons  is  given  by  a  Poisson  distribution  which  is  only  an  approximately 
valid  assumption  (see  21). 

If  M  -  106,  m  =  3,  Av  =  5  cps,  and  I  X  10-12  amp,  then  the  root- 
mean-square  deviation  of  the  output  current  is 

A/rm8  =  1.5  X  10~9  amp, 

and  the  signal-to-noise  ratio  is 

MI 


AI 


=  670, 


rms 


which  is  not  much  different  from  the  value  obtained  for  the  electrometer 
with  the  same  time  constant.  This  signal-to-noise  ratio  calculated  for  the 
electron  multiplier  would  have  to  be  reduced  because  the  efficiency  with 
which  Cs+  ions  produce  electrons  at  the  first  dynode  is  perhaps  only  15% 
of  the  efficiency  of  an  electron  producing  secondary  electrons  at  this  sur- 
face. Thus  the  estimated  signal-to-noise  ratio  is  about  100,  and  the  elec- 
trometer appears  to  have  some  advantage  over  the  electron  multiplier.  The 
real  advantage  of  the  electron  multiplier  seems  to  be  for  measuring  very 
small  currents  as  evidenced  by  Eqs.  (58)  and  (59).  Also,  the  time  constant 
of  the  electrometer  circuit  becomes  excessively  long  for  very  small  currents. 
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Various  kinds  of  modulation  schemes  have  come  into  use  and  are 
applicable  to  atomic  beam  frequency  standards  (23,  24,  25).  Vibrating  reed 
electrometers  are  used  in  both  the  United  Kingdom  and  the  United  States 
frequency  standards.  They  have  some  useful  advantages  over  the  dc  elec- 
trometer (26). 

The  response  time  of  electrometer  circuits  can  be  made  sufficiently 
short  for  permissible  modulation  frequencies.  (The  modulation  frequency 
must  be  less  than  the  spectral  line  width.)  By  following  the  electron  mul- 
tiplier or  electrometer  with  an  amplifier  and  phase  detector  tuned  to  the 
modulation  frequency,  a  correction  signal  may  be  obtained.  This  correction 
signal  can  then  be  used  to  lock  the  crystal  oscillator  from  which  the  beam 
excitation  is  derived.  Thus  a  signal  source  continuously  locked  to  the  atomic 
resonance  is  obtained.  The  National  Company  Atomichron  employs  this 
scheme  of  locking  an  oscillator  to  the  cesium  resonance  (27). 

The  experience  at  NBS  with  servo  devices  is  that  manual  measurements 
still  provide  the  best,  most  consistent  measurements.  The  feedback  circuits 
sometimes  introduce  troublesome  systematic  errors.  Even  though  precision 
and  stability  are  good,  there  remains  some  uncertainty  in  accuracy.  Con- 
siderable progress  is  being  made  in  the  improvement  of  the  servo  systems, 
however. 

In  the  above  considerations  of  noise  in  electrometer  circuits  and  electron 
multipliers,  the  sources  of  noise  originating  from  beam  fluctuations  and 
impurity  ions  boiled  off  of  the  hot  wire  were  neglected.  The  noise  from  these 
sources  may  easily  exceed  those  already  discussed  if  proper  care  is  not  taken. 
The  vacuum  and  beam  excitation  must  be  stable  and  the  cesium  in  the 
source  reasonably  pure. 

Distilled  cesium  of  adequate  purity  may  be  obtained  commercially  in 
sealed  glass  ampoules.  Cesium  reacts  with  air  and  it  is  best  but  not  neces- 
sary to  break  the  ampoule  in  the  oven  under  vacuum.  The  oven  may  also 
be  filled  with  an  inert  gas  after  which  the  ampoule  is  broken  and  the  oven 
immediately  installed  in  the  spectrometer.  The  vapor  pressure  of  cesium  as 
a  function  of  temperature  is  shown  in  Fig.  18.  Different  groups  operate  the 
source  at  different  temperatures  ranging  from  about  70°C  to  150°C.  The 
source  temperature  depends  upon  the  design  of  the  oven  slit  and  somewhat 
on  the  pumping  speed.  The  NBS  ovens  are  operated  at  150°C  at  which 
temperature  the  vapor  pressure  of  cesium  is  about  5  X  10-3  mm  Hg.  The 
mean  free  path  for  cesium  at  this  pressure  and  temperature  is  approximately 
5  cm.  The  oven  slits  may  be  channeled  if  it  is  desired  to  conserve  cesium 
but  they  need  not  be  unless  the  slit  dimensions  become  comparable  to  the 
mean  free  path. 

In  the  NBS  devices,  when  operated  with  the  oven  slit  and  detector  on 
the  machine  axis,  it  is  found  that  the  sptctiai  line  width  is  significantly 
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Fig.  18.  The  vapor  pressure  of  cesium  versus  temperature. 
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broader  when  a  thick  channeled  slit  is  used  instead  of  a  thin  slit.  It  is  pre- 
sumed that  the  reason  for  this  is  that  the  thick  slit  concentrates  more  of  the 
beam  in  a  small  solid  angle  about  the  normal.  Slow  atoms  from  the  oven 
are  selected  by  the  deflecting  fields  only  when  they  are  emitted  at  relatively 
large  angles  from  the  normal.  Ovens  made  of  iron  or  stainless  steel  are 
popular,  although  copper  and  many  other  materials  are  quite  likely  to 
work  satisfactorily. 

VI.  The  Transition  Process 

In  an  atomic  beam  resonance  experiment,  the  energy  level  scheme  of 
the  atom  is  determined  by  subjecting  the  beam  to  a  radiation  field.  This 
field  is  applied  in  the  C  field  region  between  the  A  and  B  deflecting  magnets 
(see  Fig.  8a).  When  the  frequency  of  the  radiation  is  swept  through  the 
frequency  of  an  allowed  transition,  a  change  in  moment  of  the  atoms  will 
occur.  As  a  result  of  this  moment  change,  the  transverse  force  on  the  atoms 
in  the  second  deflecting  field  also  changes  and  a  variation  in  detected  beam 
current  is  observed.8 

The  width  and  intensity  of  the  spectral  lines — and  consequently  the 
transition  probability  as  a  function  of  frequency — are  of  considerable 
importance  in  the  design,  interpretation,  and  ultimate  accuracy  of  an 
atomic  beam  experiment.  The  line  width  is  given  approximately  by  the 
Heisenberg  relation : 

Avt  ~  1, 

where  Av  is  the  line  width  and  r  is  the  time  the  atom  spends  in  the  radiation 
field.  In  contrast  with  microwave  absorption  spectroscopy,  collision  and 
Doppler  broadening  can  be  made  negligibly  small  in  beam  experiments. 
For  purposes  of  atomic  frequency  standards,  it  is  logical  to  choose  states 
with  long  lifetimes  so  that  the  spectral  line  is  not  broadened  by  spontaneous 
emission  processes. 

The  original  Rabi  method  of  exciting  the  atomic  resonance  employs  a 
single  oscillating  field.  In  1950,  Ramsey  introduced  a  method  of  excitation 
using  two  separated  oscillating  fields.  There  are  a  number  of  advantages 
to  this  method  over  the  Rabi  method.  The  Ramsey  method  improves  the 
resolution  of  the  spectrometer.  It  does  not  require  as  high  a  degree  of 
uniformity  of  the  static  C  field.  It  has  a  practical  advantage  when  observing 
very  high  frequency  transitions.9  Two  short  oscillating  fields  separated  by 

8  This  is  not  strictly  true.  The  moment  of  an  atom  as  it  passes  through  the  A  deflecting 
magnet  will  not  differ  from  its  moment  in  the  B  deflecting  field  for  AF  =  0,  Am^  =  ±  1 
(m?  9*  I  +  -§-)  transitions  if  the  deflecting  fields  are  strong.  Consequently,  no  change 
will  be  observed  in  the  beam  intensity  when  a  transition  of  this  type  is  induced  (see 
Fig.  9). 

9  The  oscillating  field  should  be  uniform  in  intensity  and  phase,  and  this  is  difficult 
to  achieve  when  the  oscillating  field  region  is  many  free-space  wavelengths  long. 
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a  distance  L  provide  even  higher  resolution  than  a  single  ideal  field  covering 
the  entire  distance  L.  The  advantage  is  gained  at  the  expense  of  a  reduction 
in  signal-to-noise  ratio  that  depends  upon  the  velocity  distribution  in  the 
beam. 

A.  The  Transition  Probability  for  a  Single  Oscillating  Field 

The  Hamiltonian  for  an  atom  in  the  presence  of  a  radiation  field  can  be 
written  as: 

3C(<)  =  3C0  +  0C'(0,  (60) 

where  3Co  is  the  Hamiltonian  in  the  absence  of  the  radiation  field,  and 
3C'(0  is  the  interaction  between  the  radiation  field  and  the  magnetic 
moment  y  of  the  atom.  This  second  term  may  be  written  to  sufficient 
approximation  as 

3C'(f)  =  -y  H  cos  cot,  (61) 

where  H  is  the  magnitude  of  the  oscillating  magnetic  field  intensity  and 
co  is  the  angular  frequency  of  this  oscillating  field.  In  order  to  obtain  the 
transition  probability  and  the  theoretical  line  shape,  the  time  dependent 
Schrodinger  equation  must  be  solved.  A  complete  solution  may  be  obtained 
if  certain  assumptions  are  made.  We  will  proceed  to  enumerate  these 
assumptions. 

(a)  The  two  states  involved  in  the  transition  are  well  isolated  from 
other  states. 

(b)  The  diagonal  elements  of  the  interaction  Hamiltonian  are  zero. 

(c)  The  atom  sees  a  finite  portion  of  a  cosine  wave  as  it  passes  through 
the  radiation  field  region.  It  enters  the  field  at  t  =  0  and  leaves  at  time  r. 
A  substantial  simplification  can  be  made  in  the  calculation  without  serious 
discrepancies  in  the  results  if  it  is  assumed  that  the  dipole  moment  interacts 
with  a  rotating  field  rather  than  an  oscillating  field.  Instead  of  Eq.  (61), 
write 

3C'(Z)  =  -y  •  (H  cos  uti  -  H  sin  w<j),  (62) 

where  the  z-axis  is  chosen  along  Ho,  the  uniform  C  field,  and  H  rotates 
with  angular  velocity  co  in  the  x,y-ip\ane.  We  have  chosen  the  special  case 
where  the  radiation  field  has  a  z-component  equal  to  zero. 

With  these  simplifying  assumptions,  the  transition  probability  that  an 
atom  initially  in  state  p,  will  be  in  state  q  after  a  time  r,  is  given  by 

W  -  fa.  -  I"?  +  \2b?       {I  [("°  -  ")2  +  Wr'r\  (63) 

The  quantity  b  is  related  to  the  matrix  elements  of  the  interaction  Hamil- 
tonian by 
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3Cp«'  =  ttp*3£\t)fqdT  =  hbe+^,  (64) 

and 

COO   =    (Wq   -  Wp)/h. 

The  maximum  transition  probability  occurs  at  resonance  co0  when  b 
and  r  are  related  by 

or 

|6|=  1.57  j  (65) 

where  v  is  the  velocity  of  the  atoms,  and  I  is  the  length  of  the  oscillating 
field  traversed  by  the  atoms.  The  frequency  width  at  half  maximum  for 
these  optimum  conditions  is 

Av  =  0.799  ~  (66) 

If  the  velocity  distribution  of  the  atoms  in  the  beam  is  taken  into 
account  (6,  7) 

|6|  =  1.89^  (67) 

where  a  is  the  most  probable  velocity  in  the  source  and  the  velocity  dis- 
tribution in  the  beam  is  assumed  to  be  that  for  simple  effusion  through  an 
ideal  aperture.  The  line  width  in  this  case  is 

Av  =  1.07  y  (68) 

The  radiation  field  intensity  required  to  produce  the  optimum  transition 
probability  is  given  by  Eqs.  (64)  and  (67).  For  the  purpose  of  an  estimate 
we  make  the  following  approximation.  The  radiation  field  interacts  most 
Strongly  with  the  electronic  magnetic  moment,  and  we  may  write 

V  =      +  Vr  ~  V/- 

Then 

3C'(t)  =  -y  •  {H  cos  cod  -  H  sin  cot}) 
~  gjnof  •  (H  cos  cod  —  H  sin  co£j). 

This  can  be  rewritten  as 

3C'(0  =  \  gjnoH[J+e^  +  J-e-^], 
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where  J±  =  Jx  ±  iJy.  Now 


and 


2b  =  ii^L  W+]q)  .  ^fl,  (69) 


26*  =  £^W_|P>  =  2^. 


The  nonvanishing  matrix  elements  of  J  in  the  weak  field  representation 
(F,  mF)  are  {28) 

(F,  mF\J±\F,  mF  ±  1)  =  A[(F  =fc  mp){F  =F  mF  +  1)]«, 

(F,  Wjp|,/«|F,  771  f)  =  ,4.777^, 

where 

J(J  +  1)  -  /(/  +  1)  +  F(F  +  1) 
2F(F  +  1) 

(F,  m*.|J±|F  +  1,  m,  ±  1>  =  ±B[(F  =F  mF  +  1)(F  =F  mF  +  2)]«, 
<F,  mF|J*|F  +  1,  mF)  =  £[(F  +  l)2  -  m,«]H, 

where 

R  =  \  (F  +  1  -  J  +  /Kg  +  1  +  /  -  7) (J  +  /  +  2  +  F)(J  +  I  -  F)Y* 
L  4(F  +  1)2(2F  +  l)(2F  +  3)  J  ' 

(70) 

(F,  mF\J±\F  -  1,  mF  ±  1)  =  TC[(F  ±  mF)(F  ±mf  -  1)]«, 
(F,  mF|Ja|F  -  1,  m„>  =  C[F2  -  wF2]« 


where 


C  = 


(F  -  J  +  I){F  +  J  —  I)(J  +  /  +  1  +  F)(J  +  I  +  1  -  F) 
4F2(2F  -  1)(2F  +  1) 


The  selection  rules  AF  =  0,  ±1;  AmF  =  0,  =fcl  are  derived  from  these 
matrix  elements. 

If  the  C  field  is  very  weak,  as  it  is  in  atomic  frequency  standards,  then 
the  matrix  elements  (70)  may  be  used  directly  in  Eq.  (69).  In  the  event  that 
there  is  a  component  of  the  radiation  field  in  the  z-direction — contrary  to 
the  assumption  made  in  writing  Eq.  (62) — the  matrix  elements  of  Jx  are 
necessary  in  calculating  the  transition  probability.  The  (F  =  4,  mF  =  0)  «-* 
(F  =  3,  mF  =  0)  transition  in  cesium  is  a  case  in  point. 

Torrey  has  given  a  useful  approximate  evaluation  of  b  for  general  values 
of  the  C  field  intensity  {29).  For  ir-transitions, 
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where  Hx  is  the  component  of  the  radiation  field  perpendicular  to  Ho,  and 
HF.mr  are  the  magnetic  moments  of  the  states  F,  mF.  These  effective  mag- 
netic moments  are  given  by 

-p  j       x  +  (2mF/2I  +1)       I  gjno 
M/±j,«f  +  (4wf:c/2/  +  1)  +  x2]Xf    2  ' 


if  raF      ±(7  +  £),  and 


if  m,  =  + 

For  ©--transitions, 

26  =  -  f  fo,  -  flf/) 


/  2mF  V 
\2/  +  l)  . 


[1  +  (4mFx/2I  +  1)  +  x2]^ 


If  gi  is  neglected  relative  to  gj  then, 


26  =  - 


2ffz 
ft 


(72) 


(73) 


Hz  is  the  component  of  the  radiation  field  parallel  to  H0,  and  the  quantity 
x  has  its  previous  value : 


x  = 


(gj  -  gi)noH0 

AW 


When  there  is  a  component  of  the  radiation  field  in  the  direction  of  H0, 
the  diagonal  matrix  elements  of  the  interaction  Hamiltonian  do  not  vanish 
and  one  of  the  assumptions  (b)  used  in  the  derivation  of  Eq.  (63)  is  violated. 
If,  however,  \5Cppf\  and  \3Cqq'\  <3C  hoo0,  which  they  are  for  the  standard 
frequency  transition,  then  Eq.  (63)  still  provides  a  reasonably  good 
approximation. 

A  more  exact  treatment  of  the  transition  probability  for  ^-transitions 
using  the  rotating  field  approximation  is  given  by  H.  Salwen  (11,  30). 
Salwen's  theory  includes  the  interaction  between  neighboring  states.  Small 
frequency  shifts  in  the  resonances  result.  Salwen  makes  the  additional 
assumption  that  the  widths  of  allowed  lines  are  small  compared  to  their 
separations.  The  analysis  has  not  been  made  for  ^-transitions  which  are  of 
particular  interest  in  atomic  beam  standards.  The  significance  of  these 
frequency  shifts  predicted  by  Salwen  can  be  demonstrated  by  looking  for  a 
displacement  of  the  resonance  peak  as  a  function  of  radiation  field  intensity. 
If  a  shift  is  not  observable  within  the  precision  of  measurement  over  a 
range  of  oscillator  field  intensity,  then  the  frequency  shifts  are  not  signifi- 
cant in  the  measurements.  Of  course,  radiation  field  dependent  frequency 
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shifts  can,  and  frequently  do,  result  from  instrumental  difficulties  quite 
apart  from  the  effects  produced  by  neighboring  states  in  the  spectrum. 

Oscillating  fields  rather  than  rotating  fields  are  employed  in  atomic 
beam  experiments.  Even  when  the  effects  of  neighboring  states  are  neg- 
lected, an  oscillating  field  will  produce  a  small  shift  in  frequency  which  is 
not  predicted  by  the  rotating  field  approximation.  An  oscillating  field  solu- 
tion to  the  time  dependent  wave  equation  was  first  obtained  by  Bloch  and 
Siegert  (31)  for  particles  of  spin  In  their  calculation  it  was  assumed 
that  the  magnitude  of  the  radiation  field  H  is  small  compared  to  the  uni- 

— > 

form  C  field  H0  and  that  H  and  H0  are  perpendicular  to  each  other.  They 
calculated  the  frequency  shift  to  be 

(74) 

where  v</  is  the  frequency  at  the  peak  of  the  resonance  curve  and  v0  is  the 
frequency  separation  of  the  two  states.  This  relationship  probably  applies 
satisfactorily  to  the  AF  =  0,  Amp  =  ±1  transitions  in  the  cesium  standard 
provided  that  care  is  taken  to  keep  H  small  relative  to  H0.  An  estimate  of 
this  frequency  shift  for  AF  =  ±1,  Amp  =  ±1  transitions  can  be  made 
by  inserting  the  value  of  the  magnetic  field  at  the  position  of  the  nucleus 
into  (74)  for  H0  rather  than  the  magnitude  of  the  C  field  intensity.  This 
field  is  3.3  X  106  oe  for  cesium.  The  theoretical  analysis  of  the  oscillating 
field  induced  AF  =  ±1,  Amp  =  0  transitions  has  not  been  performed. 

B.  The  Transition  Probability  for  Two  Separated  Oscillating  Fields  (7) 

In  the  Ramsey  method  of  excitation,  the  beam  passes  through  two 
separated  oscillating  fields  contained  within  the  uniform  C  field.  The 
probability  that  an  atom,  initially  in  state  p,  will  be  in  state  q  after  passing 
through  both  oscillating  fields  is  given  by 


Pp,q  =  4  sin2  e  sin2  y 


aT  aT 
cos  7:  (XT  —  5)  cos  —  —  cos  6  sin  -  (XT  —  5)  sin  — 

jL  Li  Zi  £ 


where 


(75) 


•      a         2k  a        CO0  —  CO 

sin  6  =  J — -j       cos  6  =   ) 

a  a 

a  =  [(coo  -  co)2  +  \2b\T2, 
Wq  -  Wp 


COo 


h 


x  wq-wp 


—  CO, 
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t  is  the  time  taken  by  an  atom  to  pass  through  either  of  the  two  oscillating 
fields  of  length  I,  T  is  the  time  taken  by  an  atom  to  traverse  the  distance 
L  between  the  two  fields, 


and  6  is  given  by  Eqs.  (64)  and  (69).  It  is  assumed,  as  for  Eq.  (63),  that 
3Q,pp  =  3C  qqr  =  0.  The  second  oscillating  field  leads  the  first  by  the  phase 
angle  5.  Wp  and  Wq  are  the  average  energies  of  states  p  and  q  in  the  region 
between  the  two  fields. 

The  transition  probability,  Eq.  (75),  provides  the  theoretical  line  shape 
for  a  single  velocity  beam.  A  probability  of  one  is  obtained  at  co  =  w0 
when  5  =  0  and  br  —  tt/4.  When  Pp>q  is  averaged  over  the  velocity  dis- 
tribution of  a  beam  effusing  from  an  ideal  aperture,  the  maximum  transition 
probability  is  given  at  wo(<5  =  0)  when 

b  =  0.942  (76) 

Notice  that  the  field  intensity  required  is  about  half  that  required  for  the 
optimum  condition  for  a  Rabi  flop  in  an  oscillating  field  of  length  I. 
The  half  width  of  the  central  peak  of  the  Ramsey  pattern  is 

Av  =  0.64  y  (77) 

under  the  conditions  of  Eq.  (76).  The  form  of  the  Ramsey  pattern  is  shown 
in  Fig.  19.  The  pedestal  upon  which  the  interference  pattern  sits  is  usually 
much  broader  than  the  interference  pattern.  In  some  cases  the  pedestal 
width  is  over  700  times  the  width  of  the  central  peak.  The  minima  of  the 
riamsey  transition  probability  would  decrease  all  the  way  to  zero  in  the 
case  of  a  single  velocity  beam.  A  distribution  in  velocity  of  the  atoms  tends 
to  smooth  out  the  interference  pattern.  Greater  smoothing  action  occurs 
at  larger  frequency  displacements  from  the  central  resonance  peak. 

When  the  phase  of  the  second  oscillating  field  leads  that  of  the  first 
by  8  =  7r  radians,  a  minimum  occurs  at  co0  rather  than  a  maximum  (see 
Fig.  19b).  When  6  =  (r/2),  the  transition  probability  takes  the  form  of  a 
dispersion  curve  about  o>0  (see  Fig.  19c).  It  is  evident  that  if  a  small  phase 
difference  exists  (5^0)  between  the  two  fields,  the  peak  of  the  resonance 
will  be  shifted  in  frequency  relative  to  u0.  An  apparent  frequency  shift 
arising  from  a  phase  difference  between  the  oscillating  fields  can  be,  and 
frequently  is,  significant  in  atomic  beam  frequency  standards. 
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9192631770  cps 


Fig.  19a.  An  actual  trace  of  a  Ramsey  interference  pattern  when  the  two  oscillating 
fields  are  in  phase. 


Fig.  19.  (b)  The  form  of  the  Ramsey  pattern  when  the  oscillating  fields  differ  in 
phase  by  180°.  (c)  The  form  of  the  Ramsey  pattern  when  the  oscillating  fields  differ  in 
phase  by  90°. 
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VII.  Measurement  Uncertainties 

There  are  a  number  of  uncertainties  introduced  into  the  absolute  fre- 
quency measurements  of  a  cesium  standard.  The  ideal  circumstance,  of 
course,  is  to  have  the  accuracy  of  these  devices  limited  only  by  the  random 
scatter  in  the  data — all  systematic  frequency  shifts  having  been  measured 
or  eliminated.  Ideally  then,  the  accuracy  would  be  determined  by  the  spec- 
tral line  width  and  signal-to-noise  ratio.  At  the  present  time  systematic 


Fig.  20.  NBS-I  atomic  beam  frequency  standard. 
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errors  do  limit  the  accuracy  of  cesium  frequency  standards.  Beam  devices 
with  300  cps  line  widths  have  demonstrated  greater  accuracy  than  those 
devices  with  much  narrower  resonances.  As  time  progresses  it  is  expected 
that  longer  machines  will  more  closely  approach  their  ideal  capabilities. 

Certain  fixed  parameters  and  effects  that  determine  absolute  frequency 
may  be  measured  by  auxilliary  experiments.  The  effects  that  are  now  con- 
sidered to  contribute  the  greatest  inaccuracies  are: 

(a)  The  magnitude  and  nonuniformity  of  the  C  field,  including  varia- 
tions in  the  magnitude  over  long  periods, 

(b)  A  phase  difference  between  the  two  oscillating  field  regions,  and 

(c)  A  lack  of  purity  of  the  electromagnetic  field  exciting  the  atomic 
transition. 


Fig.  21.  NBS-II  atomic  beam  frequency  standard. 

The  method  of  measuring  these  effects  and  the  results  of  the  measure- 
ments together  with  the  estimated  uncertainty  in  absolute  frequency  will 
be  presented  for  the  United  States  Frequency  Standard  and  alternate 
standard  (see  Mockler,  1,  82,  88).  The  two  devices  are  designated  (NBS-II) 
and  (NBS-I)  respectively.  They  are  shown  in  Figs.  20  and  21;  their  proper- 
ties are  given  in  the  Appendix. 
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A.  Magnetic  Field  Measurements 

The  magnitude  of  the  C  field  is  determined  by  observing  a  number  of 
field  sensitive  microwave  transitions,  e.g.,  (F  =  4,  mj?  =  ±1)  <->  (F  =  3, 
mF  =  ±1).  The  frequencies  for  these  transitions  are  given  by  Eq.  (24) 
which  can  be  written  to  sufficiently  good  approximation  as : 

v  =  v0  +  7OO.QmFH0,  (78) 

where  vq  is  the  hyperfine  structure  separation  in  zero  field.  The  quantities 
v  and  vq  are  measured  in  kilocycles  and  H0  in  oersteds. 

The  low  frequency  transitions  for  which  AF  =  0,  and  Amp  =  ±1  are 
also  used  to  measure  the  magnitude  of  the  field  and,  in  addition,  the 
uniformity  of  the  field.  The  frequency  of  these  transitions  is  given  by  Eqs. 
(25)  and  (26).  The  abbreviated  equation 

v  =  350#0  (79) 

is  a  satisfactory  approximation.  The  quantity  v  is  measured  in  kilocycles 
and  Ho  in  oersteds.  Small  coils  were  placed  at  various  positions  (5  alto- 
gether) along  the  C  field.  The  magnitude  and  uniformity  of  H0  is  obtained 
by  exciting  each  coil  separately.  A  rotating  coil  fluxmeter,  sensitive  to 
0.002  oe,  provides  still  another  method  of  measuring  the  field  and  its 
uniformity. 

The  uncertainty  in  the  field  measurements  of  amount  dH0  will  produce 
an  uncertainty  in  the  standard  frequency  measurement  given  by 

W  =  854#05#o;  (80) 

W  is  measured  in  cps  and  the  field  in  oersteds.  One  would  expect  the 
average  field  H0  obtained  from  the  microwave  measurements  to  agree  with 
the  average  of  the  local  field  measurements  made  at  low  frequencies  and 
with  the  rotating  coil  fluxmeter,  provided,  of  course,  that  a  sufficient  num- 
ber of  points  are  chosen  along  the  field  to  give  a  good  average.  In  NBS-I  this 
is  the  case.  The  fields  measured  in  the  various  ways  agree  within  the  pre- 
cision of  measurement  .  The  maximum  deviation  in  the  C  field  in  this  instru- 
ment is  ±0.002  oe.  In  NBS-II  there  is  a  measured  discrepancy  of  0.004  oe 
in  the  average  field  measurements  made  by  the  different  methods.  This  is 
still  unexplained  but  seems  to  be  associated  with  a  deteriorating  of  the 
shielding  properties  of  the  M-metal  shields  used  to  eliminate  the  earth's 
field,  the  fringing  fields  of  the  deflecting  magnets,  and  other  stray  fields 
in  the  laboratory.  When  the  shields  were  first  installed  there  was  no  dis- 
crepancy between  the  various  field  measurements. 

The  average  value  of  the  square  of  the  C  field  magnitude  must  be 
known  in  order  to  calculate  the  frequency  »  of  the  peak  of  the  resonance 
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curve  and  consequently  the  frequency  of  the  exciting  radiation  at  this 
point.  It  is  obtained  from  Eq.  (23)  which  can  be  written  to  sufficient 
approximation  as: 

v  =  po  +  427W,  (81) 

where  v  and  v0  are  in  cps  and  H0  in  oersteds.  The  zero  field  hyperfine  sepa- 
ration, v0,  is  assumed  to  be  9192631770.0  cps  for  this  calculation.  The 
number  9192631770  ±  20  cps  is  the  best  value  of  v0  from  astronomical 
time  measurements  as  determined  by  Markowitz  et  al.  (5).  Additional 
significant  figures  are  added  simply  to  accommodate  the  additional  stability 
of  the  atomic  standards. 

The  average  value  of  the  field  squared  may  be  different  from  the  square 
of  the  average  field.  Consequently,  if  the  C  field  is  not  uniform,  the  low 
frequency  measurements  of  H0  at  a  sufficient  number  of  points,  n,  would 

give  the  best  value  of  H02.  Using  these  data, 

n 

=  -  V  H0i2, 
n  L4 

i=i 

where  is  the  average  field  measured  by  the  sensing  coil  at  the  ith.  posi- 
tion in  the  C  field.  The  low  frequency  spectral  line  is  subject  to  distortion 
and  power  shifts.  Care  must  be  taken  to  maintain  the  radiation  field 
intensity  H  small  compared  to  H0  to  avoid  these  "saturation"  effects.  Even 
at  these  low  frequencies  (7  to  21  kc)  the  Bloch-Siegert  effect,  Eq.  (74),  is 
unimportant  (4-13  cps)  insofar  as  the  field  measurements  are  concerned. 

B.  Phase  Difference  Errors 

If  the  two  oscillating  fields  of  the  Ramsey  excitation  structure  are  in 
phase,  a  maximum  beam  signal  is  observed  at  the  resonance  frequency.  If 
the  two  fields  are  180°  out  of  phase,  a  minimum  signal  is  observed  at  the 
resonance  frequency.  The  central  peak  is  shifted  approximately  a  fringe 
width  as  the  phase  difference  is  shifted  from  0°  to  180°.  Then  if  the  width 
of  the  fringe  is  120  cps,  a  phase  difference  of  1°  will  shift  the  frequency 
about  0.7  cps  which  is  significant. 

For  the  purpose  of  reducing  the  phase  difference  between  the  two  fields, 
it  was  found  quite  effective  to  pass  the  beam  through  the  two  ends  of  a 
single  rectangular  resonant  cavity  electroformed  in  the  shape  of  a  U.  The 
beam  grazes  the  two  end  walls.  The  cavity  is  driven  by  the  frequency  mul- 
tiplier chain  through  a  coupling  iris  at  the  midpoint  of  the  U.  The  cavity 
is  made  so  that  it  may  be  rotated  180°,  thus  reversing  the  direction  of 
traverse  of  the  beam  through  the  exciting  structure.  The  frequency  shift 
accompanying  any  phase  difference  will  be  in  opposite  directions  for  the 
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two  orientations.  The  mean  of  the  two  frequencies  is  the  line  frequency 
and  one-half  the  difference  is  the  phase  correction.  Simple  relationships 
for  estimating  this  frequency  shift  from  the  plotted  Ramsey  pattern  have 
been  developed  by  Holloway  et  al.  (34)-  Their  method  is  less  sensitive  than 
the  more  common  method  of  exchanging  the  oscillating  fields. 

C.  Errors  Resulting  from  Impure  Radiation 

The  simple  theory  of  spectral  line  shape  assumes  the  atomic  transition 
to  be  excited  by  pure  sinusoidal  or  cosinusoidal  radiation.  If  the  electro- 
magnetic field  is  not  pure,  rather  large  frequency  uncertainties  are  possible 
in  the  measurements.  Actually,  of  course,  the  transition  is  induced  by  a 
certain  distribution  of  frequencies.  This  distribution  is  determined  by  the 
frequency  multiplier  and  crystal  oscillator  from  which  the  exciting  radiation 
is  derived.  The  radiation,  in  general,  is  composed  of  the  carrier  frequency, 
noise  and  discrete  sidebands  resulting  from  frequency  modulation.  The 
discrete  sidebands  are  usually  due  to  60  cps — the  power  frequency — and 
multiples  thereof.  (In  the  cesium  beam  experiments  it  is  possible  to  reduce 
the  noise  to  a  low  enough  level  so  that  it  is  not  the  limiting  factor  in  the 
precision  of  the  frequency  measurements).  The  sidebands  are  multiplied  in 


23,900  Mc 
v — - 


Fig.  22.  The  square  root  of  the  power  spectrum  of  a  5  Mc  quartz  crystal  oscillator 
multiplied  in  frequency  to  23,900  Mc.  This  oscillator  is  used  in  the  excitation  chain  of 
the  United  States  Frequency  Standard.  The  width  and  shape  of  the  spectrum  is  essen- 
tially that  of  the  response  of  the  analyzing  filter. 
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intensity  by  the  factor  of  frequency  multiplication.  This  factor  is  rather 
large  (1836)  and  consequently  these  sidebands  can  introduce  rather  large 
frequency  errors.  Errors  of  this  sort  are  particularly  significant  if  the  power 
spectrum  is  unsymmetrical.10  Frequency  shifts  of  a  few  parts  in  109  have 
been  observed  by  deliberately  introducing  sidebands  unsymmetrically 
placed  about  the  carrier. 

Of  course,  if  the  power  spectrum  is  known,  the  proper  spectral  line  shape 
can  be  calculated  in  order  to  find  the  proper  correction  to  the  measured 
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Fig.  23.  The  square  root  of  the  power  spectrum  of  a  10  Mc  quartz  oscillator  multi- 
plied, in  effect,  to  15,000  Mc.  Notice  the  60  cps' sidebands.  The  crystal  in  this  oscillator 
is  immersed  in  liquid  helium. 


frequency.  It  is  both  more  desirable  and  much  simpler  to  eliminate  these 
sidebands  so  that  the  simple  line  shape  theory  applies.  The  square  root  of 
the  power  spectrum  of  a  5  Mc  quartz  crystal  oscillator  multiplied  in  fre- 
quency to  23,900  Mc  is  shown  in  Fig.  22.  This  is  the  oscillator  used  in  the 
excitation  chain  of  the  United  States  Frequency  Standard.  Considerable 
care  was  taken  with  this  oscillator  to  avoid  60  cps  modulation.  It  was  found 
necessary  to  use  regulated  dc  power  supplies  in  the  filament  circuits  both 

10  An  unsymmetrical  power  spectrum  can  arise  when  the  carrier  is  frequency  modu- 
lated with  two  or  more  different  frequencies  (85). 


463-560  O  -  72  -  5 


53-52 


in  the  oscillator  and  the  frequency  multiplier  chain.  Figure  23  plots  the 
square  root  of  the  power  spectrum  of  a  similar  oscillator  circuit  without 
regulation  of  the  filament  supply.  The  60  cps  sidebands  are  very  prominent. 
Notice  that  the  spectrum  is  quite  unsymmetrical.  In  this  spectrogram  the 
10  Mc  oscillator  was  multiplied  to  15,000  Mc. 

The  spectra  of  Figs.  22  and  23  were  taken  by  means  of  an  ammonia 
maser  spectrum  analyzer  (86,  87)  developed  by  James  Barnes  and  others 
in  the  Atomic  Frequency  and  Time  Standards  Section  of  the  National 
Bureau  of  Standards.  The  smooth  trace  in  Fig.  22  is  the  response  curve  of 
the  analyzer  filter.  It  has  been  offset  and  reduced  in  intensity  relative  to 
the  oscillator  spectrum  so  that  the  two  would  not  coincide.  The  resolution 
is  insufficient  to  see  the  details  of  the  spectrum.  It  can  be  said,  however, 
that  the  spectrum  has  a  width  of  1  cps  or  less  at  23,900  Mc.  This  is  suffi- 
ciently narrow  to  assume  that  the  cesium  transition  in  the  frequency 
standard  is  excited  by  a  pure  signal. 

Low  frequency  crystal  oscillators,  for  example,  100  kc  oscillators,  in 
most  cases  are  unsuitable  for  exciting  the  cesium  transition.  The  huge 
factors  of  frequency  multiplication  usually  give  power  spectral  widths 
greater  than  1  kc  at  the  cesium  frequency.  This  is  greater  than  the  width 
of  the  cesium  line.  Ramsey  (7,  88)  has  considered  the  frequency  shifts 
produced  by  exciting  a  transition  with  two  or  more  signals  close  to  each 
other. 

D.  Other  Errors 

The  peak  of  the  Ramsey  pattern  may  be  incorrectly  determined  if  it  is 
measured  against  a  variable  background  of  intensity.  The  cesium  spectrum 
is  essentially  symmetrical  about  the  (F  =  4,  mF  =  0)  <-»  (F  =  3,  mF  =  0) 
transition  and  overlap  errors  will  tend  to  cancel.  There  may  be,  however, 
geometrical  effects  in  the  spectrometer  that  reduce  the  intensity  of  certain 
lines  in  the  spectrum  relative  to  their  symmetrically  placed  counterpart. 
This  would  lead  to  an  overlap  error.  The  relative  intensities  of  the  lines  on 
the  high  and  low  frequency  side  of  v0  have  been  measured.  The  intensities 
of  the  (F  =  4,  mF  =  1)  <-»  (F  =  3,  mF  =  1)  and  (F  =  4,  mF  =  - 1)  <-> 
(F  =  3,  mF  =  — 1)  lines  are  found  not  to  be  the  same  but  differ  by  about 
25%.  This  leads  to  a  calculated  overlap  error  of  about  1  X  10-12  at  usual 
C  field  intensities.  This  estimate  takes  into  account  only  superposition  of 
the  various  lines  of  the  spectrum.  Lower  fields  will  introduce  still  smaller 
errors.  Transitions  for  which  AmF  =  ±1,  that  is,  7r-lines,  are  not  observable 
in  the  NBS  standards  and  were  not  considered  in  the  calculated  estimate. 

Saturation  effects  are  thought  not  to  contribute  significantly  to  the 
frequency  error  because  no  frequency  shifts  were  observable  as  the  radia- 
tion field  intensity  was  changed  from  very  small  values  to  rather  large 
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values.11  Beyond  the  values  used,  the  line  intensity  was  either  too  low  or  the 
line  too  broad  for  precise  measurements.  The  problem  of  saturation  as  it 
applies  to  ^-transitions  and  the  effect  of  the  oscillating  field  in  shifting  the 
line  frequency  requires  further  theoretical  study. 

One  would  expect  first  order  Doppler  effects  to  broaden  the  spectral 
line  by  an  unimportant  amount.  It  is  conceivable,  however,  that  the  small 
holes  in  the  resonant  cavity  through  which  the  beam  passes  radiate  different 
amounts  of  energy.  The  entrance  holes  radiate  differently  than  the  exit 
holes.  This  radiation,  though  small,  will  be  propagated  against  the  beam 
from  the  entrance  holes  and  in  the  direction  of  the  beam  from  the  exit 
holes.  If  both  sets  of  holes  radiate  in  the  same  way,  the  Doppler  effect 
will  broaden  the  line  symmetrically.  If  they  do  not  radiate  in  the  same  way 
the  resonance  peak  will  be  shifted.  A  shift  of  this  sort  should  be  observable 
by  rotating  the  waveguide  exciting  structure.  It  could  be  distinguished  from 
a  phase  shift  by  changing  the  size  of  the  holes.  If  the  shift  were  very  large, 
it  would  probably  depend  upon  the  radiation  field  intensity.  No  frequency 
shifts  behaving  in  this  way  have  been  observed  in  the  NBS  standards. 

Second  order  Doppler  effect  would  introduce  a  fractional  frequency 
shift  of  amount 


where  a  is  the  most  probable  velocity  of  the  atoms.  This  is  a  negligible 
shift  for  present  experiments.  Small  but  negligible  frequency  shifts  arise 
from  electric  fields  that  might  exist  in  the  resonance  excitation  region. 
Haun  and  Zacharias  (39)  determined  this  shift  experimentally  and  found 
it  to  be 


8v0  =  1.89  X  10-6  E2  cps, 
where  E  is  the  electric  field  in  volts/cm.  For  a  field  of  1  volt/cm, 

—  =  2  X  10-16. 


Frequency  shifts  incurred  through  frequency  pulling  of  the  resonant  cavity 
are  given  approximately  by 


where  Avr  is  the  shift  in  the  peak  of  the  atomic  resonance  line,  and  Avc  is 
the  difference  in  frequency  between  the  peak  of  the  cavity  response  and  the 

11  Relatively  large  saturation  shifts  are  observed  for  ^--transitions  which  are  expected 
(11,  80).  These  saturation  shifts  are  also  observed  for  o-transitions  if  mp  ^  0.  The 
measured  saturation  shifts  for  the  x  transitions  do  not  agree  satisfactorily  with  Salwen's 
analysis. 
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peak  of  the  spectral  line.  The  estimated  frequency  shift  from  this  source  is 
about  4  X  10-14. 

E.  Frequency  Measurements 

The  fractional  accuracy  of  the  beam  standard  will  be  taken  as  the  un- 
certainty in  measurement  of  the  Bohr  frequency  v0  relative  to  v0,  i.e., 
5v0/vo.  We  suppose  that  v0  may  have  any  number  of  significant  figures 
required,  so  that  the  accuracy  as  defined  here  is  limited  only  by  the  atomic 
standards  themselves  and  not  by  inaccuracies  in  astronomical  time  meas- 
urements. Precision,  on  the  other  hand,  will  be  understood  to  mean  simply 
reproducibility.  For  example,  if  a  fixed  unknown  phase  difference  exists 
between  the  two  oscillating  fields,  the  precision  may  be  quite  good  but  the 
accuracy  is  limited  by  the  unknown  phase  shift. 

An  estimate  of  the  fractional  accuracy  of  a  particular  machine  may  be 
made  by  adding  all  of  the  experimentally  determined  fractional  uncertain- 
ties contributed  by  the  various  effects  considered  in  the  preceding  sub- 
sections of  Section  VII.  Thus  for  NBS-II  the  uncertainty  in  the  C  field 
measurements  introduces  a  frequency  uncertainty  of  ±8  X  10~12,  and  the 
uncertainty  in  frequency  due  to  a  phase  shift  is  ±2  X  10-12.  Other  effects 
discussed  previously  are  expected  to  be  negligible,  or  calculable.  The  esti- 
mate of  the  fractional  accuracy  is  the  sum  or  ±1.0  X  10~n  for  NBS-II. 

The  uncertainty  in  the  C  field  measurements  of  NBS-I  give  a  frequency 
uncertainty  of  4  X  10~12.  The  uncertainty  due  to  a  phase  shift  is  ±2  X  10~12, 
and  the  estimate  of  accuracy  for  NBS-I  is  6  X  10-12.  There  is  a  measurable 
phase  error  in  NBS-I  of  8  X  10-12,  however,  this  is  a  measurable  shift  and 
may  be  introduced  as  a  correction.  For  one  orientation  of  the  NBS-I 
cavity  the  two  devices  disagree  by  1.0  X  10~H,  and  for  the  other  orientation 
they  disagree  by  2.5  X  10-11.  The  corrected  measured  zero  field  difference 
is  1.7  X  10~u,  which  agrees  with  the  sum  of  the  individual  estimates  of 
accuracy  for  the  two  machines  within  the  precision  of  measurement,  which 
is  2  X  10~12.  These  two  standards  are  evidently  limited  in  their  accuracy 
by  systematic  errors  and  not  by  their  line  breadths,  which  are  about  300 
cps  and  120  cps. 

Comparisons  between  certain  Atomichrons  and  the  atomic  frequency 
standard  of  the  United  Kingdom  carried  on  at  the  National  Physical 
Laboratory  are  discussed  by  Holloway  et  at.  (34,  40)  and  by  McCoubry 
{41)-  Comparisons  made  through  propagation  data  are  given  in  Section 
VIII.  Figure  24  shows  a  sample  set  of  comparisons  between  NBS-I  and 
NBS-II.  The  oscillator  was  noticeably  more  unstable  the  last  half  of  the 
day  for  the  measurements  made  in  Fig.  24.  This  oscillator  was  less  stable 
on  this  particular  day  than  usual  during  the  spring  of  1960.  The  precision 
cited  in  the  figure  for  the  day's  measurements  is  considered  the  standard 
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deviation  of  the  mean  which  is 


0"M  = 


VQ 


n 

I 

.i  =  l 


(Ai>i  -  Avf 
n(n  —  1) 


The  quantity  Avi  is  the  ith  measurement  of  the  zero  field  frequency  dif- 
ference between  the  two  standards,  Ai>  is  the  average  frequency  difference 
and  n  is  the  total  number  of  sets  of  measurements.  For  one  method  of  com- 
parison, see  Mockler  et  al.  (1).  For  the  frequency  multiplier  chain  circuits, 
see  Schafer  and  Salazar  The  circuits  employed  in  the  United  Kingdom 
Standard  are  given  by  Essen  and  Parry  (43). 


o 

CO 

o 


I3.5045r 


13.504 


(NBS  II-NBS  I)QV  =  +1.4  x  10"" 


<r  (EXT.  EST.)  »  7 x  10 


-12 


aM  ( INT.  EST.)  =  2x10 


-12 


3         4  5 
MEASUREMENT 


6 

GROUP 


NO. 


Fig.  24.  A  comparison  of  two  cesium  beam  standards  (NBS-I  and  NBS-II)  by 
measuring  the  frequency  of  the  same  helium  cooled  crystal  oscillator — one  day's  meas- 
urements. The  crystal  oscillator  was  unstable  the  last  half  of  the  day. 


One  method  of  measuring  the  frequency  of  a  crystal  oscillator  in  terms 
of  the  cesium  resonance  is  shown  in  Fig.  25.  This  is  the  particular  arrange- 
ment presently  used  with  the  United  States  standards.  The  ammonia 
maser  stabilized  crystal  oscillator  provides  the  most  stable  source  for  excit- 
ing the  cesium  transition  that  has  been  devised  by  the  group.  Other  signal 
generators  can  be  compared  with  this  oscillator  or  with  any  signal  output 
from  either  of  the  frequency  multiplier  chains  for  purposes  of  calibration. 
Also,  any  5  Mc  signal  generator  of  sufficient  stability  may  be  used  to  drive 
the  cesium  beam  chain  directly  for  purposes  of  comparison  with  the  cesium 
resonance. 

It  may  prove  practical  to  control  the  maser  stabilized  chain  controlling 
the  cesium  excitation  with  a  correction  signal  from  the  cesium  beam.  Thus 
the  complete  standard  would  be  composed  of  an  ammonia  maser  that  would 
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provide  short  term  stability  and  the  cesium  beam  which  would  determine 
the  long  term  stability.  If  this  device  were  operated  continuously,  and 
suitable  scalars  were  added  to  accumulate  cycles  at,  say,  5  or  10  Mc,  then 
the  device  could  properly  be  called  an  atomic  clock. 

VIII.  Standard  Frequency  Comparisons  between 
Cesium  Standards  via  Propagation  Data 

Comparisons  have  been  made  through  propagation  data  between  the 
United  States  Frequency  Standards,  the  United  Kingdom  standard  at  the 
National  Physical  Laboratory  and  four  Atomichrons  in  the  United  States. 
The  propagation  data  was  obtained  from  the  regular  reports  of:  S.  N. 
Kalra  of  the  National  Research  Council  of  Canada;  J.  R.  Pierce  of  the 
Cruft  Laboratories;  National  Bureau  of  Standards  Boulder  Laboratories; 
Naval  Research  Laboratory,  Washington,  D.  C;  and  National  Physical 
Laboratory,  Teddington,  England.  The  results  are  compiled  in  Table  I. 
In  this  table  the  designation  M4  is  the  mean  of  the  zero  field  frequencies  of 
Atomichrons  106,  109,  110,  and  112.  The  locations  of  these  Atomichrons 
are  indicated  in  the  table. 
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Fig.  26.  Comparison  of  the  United  States  Frequency  Standard  with  that  of  the 
United  Kingdom  Standard  using  propagation  data  obtained  from  two  different  trans- 
mission links. 


Figures  26  and  27  plot  some  of  the  data  used  in  Table  I  and  are  given 
in  order  to  display  the  scatter  in  the  measurements.  Figure  28  summarizes 
the  propagation  data  available  to  date  in  terms  of  monthly  averages. 


59-58 


Q 


— h^=? — i  V-  !•«.. 

•      •  < 

>  • 

•    •  •      «•  ••• 

-3 — i   'i  M  'V'T — 

 I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I 

I     6     II    16    21    26    31    5     10    15    20    25   30    4     9     14    18    24  29 

DECEMBER   1959  JANUARY  I960  FEBRUARY  I960 

Fig.  27.  Comparison  of  the  United  States  Frequency  Standard  with  that  of  Canada 
and  with  Af4. 


Table  I.  Summary  of  7-month  Comparisons  Between  NBS-II  and  NPL, 


N.R.C.  (Canada) 

and  a  Group  of  4  Atomichrons0 

Number  of 

daily 

comparisons 

Links  used  in  the 

Comparison 

used 

comparison 

(NPL-NBS  II)av  =  +0.6  X  10-w 

96 

a. 

WWVB-NBS  II 

via  N.R.C.  (Canada) 

b. 

WWVB-N.R.C. 

c. 

MSF-N.R.C. 

d. 

MSF-NPL 

(NPL-NBS  II)av  =  +1.2  X  10-'° 

128 

a. 

106-NBS  II 

b. 

WWV-106—  (30  day  averages) 

c. 

WWV-112 

d. 

MSF-112 

e. 

MSF-NPL 

(N.R.C.-NBS  II)av  =  +4.7  X  10" 

10  128 

a. 

WWVB-NBS  II 

b. 

WWVB-N.R.C. 

(M4-NBS  II)av  =  +1.1  X  10-'° 

91 

a. 

WWV-106 

106— Boulder 

b. 

106-NBS  II 

112— Cruft 

c. 

WWV-110 

109— WWV 

d. 

WWV-112 

110— NRL 

e. 

WWV-109 

a  Data  of  Nov.  30,  1959  to  June  30,  1960. 

Discussions  of  the  various  frequency  standards  involved  in  these  comparisons  will 
be  found  in  the  published  and  unpublished  literature  (United  Kingdom  Frequency 
Standard,  2,  84,  40,  41,  43;  Canadian  Frequency  Standard,  8,  44;  The  Atomichron. 
27,  34,  40,  41;  The  United  States  Frequency  Standard,  1,  32,  33,  42). 
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IX.  Thoughts  on  Future  Developments 

The  atomic  beam  experiments  that  were  carried  on  at  the  National 
Bureau  of  Standards  demonstrate  that  beam  devices  of  rather  modest 
length  (55  cm  between  the  oscillating  fields)  can  have  a  precision  of  2  X  10-12 
for  measuring  times  the  order  of  one  hour.  This  is  an  order  of  magnitude 
better  than  the  accuracy  of  these  same  machines.  The  limitation  on  the 
accuracy  results  from  inadequate  shielding  and  nonuniformity  of  the  C 
field,  and  cannot  be  alleviated  by  narrowing  the  resonance  line  width.  It 
appears  that  improvements  in  the  C  field  would  allow  accuracies  of  2  X  10-12 
in  these  short  beam  devices.  Until  sufficiently  uniform  and  permanent  fields 
can  be  constructed,  longer  machines  have  limited  usefulness  insofar  as 
accuracy  is  concerned.  It  does  seem  likely,  however,  that  these  develop- 
ments will  come  about.  Two  long  machines  have  been  already  put  into 
operation.  Essen  and  his  group  at  NPL  have  an  operating  beam  with  the 
oscillating  fields  separated  by  2.8  meters  and  a  line  width  of  about  50  cps. 
(45).  The  first  estimate  of  accuracy  was  1-2  X  10~10  which  was  limited  by 
the  C  field.  Improvements  in  the  magnetic  shielding  should  yield  higher 
accuracy. 

Bonanomi  and  his  group  at  Neuchatel  have  a  cesium  beam  with  a  4-meter 
separation  of  the  oscillating  fields  and  a  resonance  line  width  of  about  27 
cps  (4,  46)-  Two  long  resonant  cavities  provide  the  two  oscillating  fields. 
In  this  way  the  Rabi  pedestal  is  narrower  and  overlap  errors  should  be 
smaller.  Weaker  C  fields  can  be  used,  thus  reducing  the  frequency  uncer- 
tainty resulting  from  uncertainties  in  the  C  field.  One  disadvantage  of  this 
type  of  Ramsey  structure  is  that  it  will  likely  be  more  difficult  to  measure 
phase  shift  errors.  No  estimate  of  the  accuracy  of  this  machine  has  been 
reported. 

A.  A  Thallium  Atomic  Beam 

Thallium-205  has  been  suggested  by  P.  Kusch  as  a  possible  replacement 
for  cesium  in  atomic  beam  standards  (47).  In  view  of  the  C  field  difficulties 
observed  in  the  cesium  standard,  thallium  is  particularly  attractive  because 
it  is  much  less  field  sensitive  than  is  cesium. 

The  frequency  of  the  field  insensitive  transition,  (F  =  1,  raj?  =  0)  <-> 
(F  =  0,  mF  =  0),  is  given  by 

v  (Tl206)  =  f0(Tl205)  +  20.  W,  (82) 

vhere  y0(TP5)  is  21,310.835  db  .005  Mc  (48).  This  is  to  be  compared  with 

KCs)  =  *o(Cs)  +  427#02 

for  the  frequency  of  the  field  insensitive  line  of  cesium.  Thallium  is  l/50th 
as  sensitive  to  the  magnetic  field  as  cesium.  Thallium  has  other  advantages : 
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(a)  The  hfs  separation  vq  is  more  than  twice  that  of  cesium. 

(b)  There  is  a  single  ^-transition  in  thallium;  there  are  seven  in  cesium. 
Frequency  shifts  due  to  overlap  should  be  much  less  troublesome  and  a 
lower  intensity  C  field  can  be  used. 

(c)  There  are  only  four  states  in  the  hfs  of  thallium  (Fig.  29) ;  there  are 
16  in  cesium.  Each  thallium  state,  therefore,  will  have  a  higher  population 
than  the  individual  states  of  cesium.  Higher  signal  intensities  would  then 
be  observed  for  thallium  if  the  detector  efficiency  were  the  same  as  for 
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21,310.835(5)  Mc/sec 


F  =  0 


+  1 
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Fig.  29.  The  hyperfine  structure  of  thallium  (205)  in  the  ground  2Pj^  electronic 
state.  I  =  }£. 

cesium,  which  it  is  not.  Thallium  has  the  disadvantage  that  the  method 
of  detection  is  somewhat  more  difficult  than  the  simpler  method  used  for 
cesium.  The  relative  efficiency  must  be  determined  experimentally  before 
it  can  be  said  which  atom  will  produce  the  better  standard. 

Both  the  National  Bureau  of  Standards  and  the  National  Research 
Council  of  Canada  are  building  thallium  beams  at  the  time  of  writing. 

B.  The  Alkali  Vapor  Cell  (49) 

The  alkali  vapor  frequency  standard  shows  considerable  promise  a1 
though  it  has  the  disadvantage  of  inherent  frequency  shifts  due  to  the 
buffer  gases.  These  shifts  are  not  sufficiently  well  understood  to  be  treated 
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analytically;  consequently  certain  recipes  in  construction  would  have  to 
be  prescribed  if  they  were  used  as  primary  standards.  Line  breadths  of 
30  cps  are  attainable  with  much  simpler  apparatus  than  an  atomic  beam. 
Gas  cell  devices  have  been  demonstrated  by  P.  L.  Bender  and  E.  C.  Beaty 
to  have  a  frequency  stability  of  1  X  10-11  over  a  period  cf  1  month  (50). 
A  qualitative  description  of  the  operation  of  one  of  these  devices  follows. 

Light  from  a  rubidium-87  discharge  is  made  incident  upon  a  glass 
bulb  containing  Rb87  at  a  partial  pressure  of  about  10-6  mm  Hg.  The  bulb 
is  contained  within  a  resonant  cavity  tuned  to  the  Rb87  hyperfine  transition 
at  6835  Mc.  The  light  radiation  of  interest  from  the  lamp  is  the  emission 
from  the  52Pz/2  and  52Pi/2  states  to  the  525i/2  ground  state.  By  interposing  a 
Rb85  absorption  cell  between  the  light  source  and  the  cavity,  the  light  from 
one  of  the  hfs  lines  emitted  from  the  lamp  (line  a  in  Fig.  30b)  can  be  sub- 
dued. Thus  the  Rb87  in  the  cavity  cell  will  preferentially  absorb  b  light.  (The 
hfs  of  the  optical  radiation  from  both  the  2Pi/2  and  2Pzr„  states  will  be  about 
the  same  since  the  hfs  intervals  in  the  excited  states  are  much  less  than 
in  the  ground  state.  The  picture  shown  in  Fig.  30b  applies  to  both  the 
2$i/2     2P\/2  and  2>Si/2  <->  2P3/2  transitions.) 

After  excitation  from  the  ground  state  to  the  excited  states,  rapid 
spontaneous  decay  back  to  the  ground  state  occurs  to  both  the  F  =  2  and 
F  =  1  states  with  similar  rates.  An  excess  of  population  is  accumulated 
in  the  F  =  2  state  since  atoms  are  preferentially  excited  from  the  F  =  1 
state  because  of  the  Rb86  filter  cell.  Thus  when  the  lamp  is  first  switched 
on,  the  gas  contained  within  the  cavity  is  in  thermal  equilibrium  and 
absorbs  most  strongly.  After  a  time  the  population  of  the  F  —  1  state  is 
depleted  by  the  optical  "pumping"  of  atoms  out  of  this  state  and  their 
subsequent  accumulation  in  the  F  =  2  state.  The  gas  cell  becomes  more 
transparent  as  indicated  by  an  increased  signal  from  the  photo  cell.  If  now 
microwave  radiation  of  frequency  6835  Mc  is  applied  to  the  cell,  atoms 
will  "flow"  from  the  F  =  2  state  to  the  F  =  1  state  making  more  atoms 
available  for  excitation  to  the  excited  states.  At  this  point  the  cell  absorbs 
more  of  the  incident  light  and  a  decrease  in  the  photocell  signal  results.  If 
the  microwave  radiation  is  swept  through  the  6835  Mc  resonance  the  line 
shape  may  be  recorded  from  the  output  of  the  photocell. 

The  inert  buffer  gas  serves  the  purpose  of  prolonging  the  lifetime  of  the 
alkali  metal  atom  in  its  2&i/2  ground  state.  In  this  state,  the  atoms  can  have 
many  collisions  with  atoms  of  the  inert  buffer  gas  before  having  transitions 
induced  between  the  F  =  2  and  F  =  1  states  by  these  collisions.  Thus  the 
lifetime  of  the  atomic  states  will  be  prolonged  by  the  collision  processes. 
Collisions  between  the  alkali  atoms  and  the  walls  of  the  container  will 
induce  transitions,  but  the  frequency  of  these  collisions  is  drastically 
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Fig.  30a.  Rubidium-87  vapor  cell.  The  hfs  transition  at  6835  Mc  is  observed  by  a 
change  in  intensity  of  the  optical  radiation  transmitted  through  the  vapor  cell. 
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Fig.  30b.  The  filter  action  of  the  rubidium-85  bulb  results  from  the  overlap  of  lines 
a  and  A  in  the  figure. 
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reduced  by  the  presence  of  the  relatively  high  pressure  buffer  gas.  Doppler 
broadening  is  very  small  because  the  recoil  momentum  given  to  the  radiat- 
ing system  by  the  emitted  photons  is  distributed  throughout  the  buffer 
gas  via  the  many  collisions  that  take  place  in  the  decay  time  {51,  52).  This 
"collision  narrowing"  is  similar  to  the  Mossbauer  effect  in  which  recoil-free 
gamma  radiation  is  emitted  by  Fe57,  for  example. 

C.  Molecular  Beam  Electric  Resonance  {58) 

V.  W.  Hughes  has  suggested  the  {J  —  0)  «->  (J  =  1)  transition  of 
Li6F  occurring  at  about  100  kMc  as  a  frequency  standard.  It  would  employ 
the  electric  resonance  beam  technique  which  is  similar  to  the  atomic  beam 
magnetic  resonance  technique.  In  electric  resonance  experiments  deflec- 
tions are  produced  through  forces  on  the  electric  dipole  moment  in  non- 
uniform electric  fields.  Electric  dipole  transitions  are  ordinarily  observed. 
The  molecular  spectrum  provides  a  much  wider  choice  of  frequencies  and 
makes  available  much  higher  frequencies  for  use  as  a  standard;  higher 
frequencies  will  provide  higher  precision  for  a  given  signal-to-noise  ratio. 
The  molecules  are  distributed  over  a  greater  number  of  states  than  atoms 
in  their  ground  state.  Consequently,  signal  intensities  will  be  substantially 
less.  Signal  intensities  will  generally  be  lower  in  electric  resonance  experi- 
ments than  in  a  cesium  beam  experiment.  This  appears  to  be  the  primary 
drawback  of  the  electric  resonance  method. 

D.  Masers 

The  ammonia  maser  has  had  considerable  development  as  an  extremely 
stable  oscillator.  An  ammonia  maser  is  used  to  stabilize  the  crystal  oscillator 
driving  the  NBS  cesium  standards  as  mentioned  previously  (see  Fig.  25). 
The  measured  stability  for  N14H3  masers  is  a  few  parts  in  1012  for  periods  of 
a  few  minutes  and  about  2  X  10~u  for  periods  of  several  hours  {54).  The 
reproducibility  of  the  N14H3  maser  frequency  is  2  X  10~10  {55).  The  best 
reproducibility,  3  X  10-11,  has  been  obtained  using  N16  ammonia  by 
Bonanomi  and  his  group  (4).  Ammonia  containing  N16  has  the  important 
advantage  that  the  (3.3)  line  is  single  and  not  composed  of  a  group  of  lines 
as  is  the  (3.3)  line  of  N14  ammonia.  The  relative  intensities  of  the  members 
of  this  group  of  lines  will  change  with  changes  in  the  focusing  voltage  or 
beam  intensity;  this  will  cause  a  shift  in  frequency  since  this  hfs  is  not 
resolved.12 

Although  the  ammonia  maser  has  good  reproducibility  for  a  given 
machine,  it  would  probably  be  quite  difficult  to  build  other  machines  that 

12  Recently  Barnes  and  Allan  at  NBS  have  obtained  a  reproducibility  of  3  X  10~n 
for  NM  ammonia.  They  employ  a  servo  system  that  continuously  tunes  the  cavity  to 
resonance.  It  uses  Zeeman  modulation  to  obtain  the  correction  signal. 
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Fig.  31.  The  hydrogen  atom  beam  maser. 


would  oscillate  at  frequencies  closer  than  1  X  10-9.  This  places  a  rather 
severe  limitation  on  its  use  as  a  primary  standard.  There  are  a  number  of 
parameters  that  must  be  carefully  controlled.  Furthermore,  the  Doppler 
shift  cannot  be  precisely  determined.  The  basic  difficulty  is  that  the  fre- 
quency of  the  maser  cannot  be  simply  related  to  the  Bohr  frequency  as  it 
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can  be  for  a  cesium  beam  and  the  various  parameters  effecting  the  frequency 
require  more  delicate  control.  Other  beam  masers  are  being  built  to  operate 
at  higher  frequencies  (88  kMc,  for  example)  by  a  number  of  laboratories, 
including  NBS  {56,  57,  58).  These  devices  employ  a  Fabry-Perot  interferom- 
eter as  the  resonator.  Considerable  progress  has  been  made  recently  in  the 
development  of  such  resonators  at  millimeter  wavelengths.  Q's  exceeding 
100,000  are  attainable  (see  the  chapter  entitled  "Millimeter  Wave  Tech- 
niques," by  W.  Culshaw,  in  this  volume). 

Most  recently  Ramsey  and  his  group  at  Harvard  have  succeeded  in 
building  a  hydrogen  atom  maser  {59)  (Fig.  31).  In  this  device  hydrogen 
is  dissociated  in  a  discharge  tube.  A  beam  of  hydrogen  atoms  effuses  from 
the  discharge  tube  and  passes  through  a  magnetic  state  selector.  Atoms  in 
the  F  =  2,  niF  =  1,0  states  are  focused  into  a  quartz  bulb  contained  within 
a  resonant  cavity  tuned  to  1420  Mc,  the  hfs  separation.  The  quartz  bulb 
is  coated  with  an  inert,  involatile  film.  Hydrogen  atoms  striking  this  film 
do  not  change  their  state — at  least,  not  with  a  high  probability.  The  atcms 
may  have  many  wall  collisions  during  the  prccess  of  emission  to  the  F  =  1, 
rnp  =  0  state.  As  a  consequence  of  the  long  storage  time  in  the  cavity 
(~0.3  sec)  by  virtue  of  the  wall  collisions,  the  resonance  line  width  (with- 
out regeneration)  is  about  1  cps. 

The  hydrogen  beam  maser  differs  significantly  from  the  ammonia  beam 
maser  in  two  important  ways:  (a)  The  transitions  are  magnetic  dipole 
transitions,  (b)  The  radiating  particles  are  retained  in  the  resonating  struc- 
ture by  wall  collisions  instead  of  passing  directly  through.  It  appears  that 
this  hydrogen  maser  is  capable  of  higher  stability  than  the  ammonia  maser 
because  of  its  very  narrow  resonance  width.  However,  there  may  be  fre- 
quency shifts  due  to  the  wall  collisions  and  perhaps  some  aging  processes 
associated  with  the  wall  coatings. 

Zero  field  solid  state  masers  have  been  suggested  by  Bloembergen  {60). 
Although  such  devices  may  provide  highly  stable  oscillations,  it  is  not 
certain  how  reproducible  the  frequency  would  be. 

Acknowledgments 

The  author  wishes  to  acknowledge  the  help  of  the  various  members  of 
the  Atomic  Frequency  and  Time  Standards  Section  of  the  National  Bureau 
of  Standards  in  the  preparation  of  the  manuscript. 

The  contributions  of  Messrs.  Roger  Beehler  and  James  Barnes  and  Mrs. 
Mildred  Beebe  are  of  especial  importance. 

I  wish  to  extend  my  gratitude  to  Drs.  Peter  Bender,  William  Culshaw, 
J.  Holloway,  L.  Essen,  J.  Bonanomi,  and  Messrs.  J.  V.  L.  Parry,  and 
P.  Kartaschoff  for  many  helpful  discussions. 


68-67 


APPENDIX 

The  NBS  Atomic  Beam  Frequency  Standards  Functional  Data 


NBS-I 

NBS-II 

I.  General  dimensions  (see  Fig.  8b) 

h 

11.5  cm 

16.5  cm 

It 

5.1  cm 

10.2  cm 

h 

46.0  cm 

100.0  cm 

U 

46.0  cm 

100.0  cm 

i 

5 . 1  cm 

iv .  z  cm 

11  .o  cm 

lo .  o  cm 

II.  Oven  (adjustable) 

Temperature 

150°C 

150°C 

Heater  material 

Nichrome 

Nichrome 

Heater  current 

0 .8  amp 

0 . 8  amp 

Heater  coil  resistance  (cold) 

7  ohms 

7  ohms 

Slit  dimensions 

0.003  X  0.038 

0.015  X  0.100 

X  0.100  in. 

X  0.187  in. 

(channeled) 

III.  Deflecting  magnets  (adjustable) 

Length 

2.0  in. 

4.0  in. 

Gap  width 

0.040  in. 

0.120  in. 

Radius  of  convex  pole  piece,  a)  See 

0.040  in. 

0.120  in. 

Radius  of  concave  pole  piece,  b  j  Fig.  13. 

0.050  in. 

0.150  in. 

Number  of  turns 

200/magnet 

440/magnet 

#22  wire 

#14  wire 

Resistance  of  windings  (cold) 

2  ohms 

1 . 6  ohms 

Typical  magnet  current 

1 . 4  amp 

2-3  amp 

Stern-Gerlach  peak  separation,  each 

magnet 

u.UUo  in. 

U .  U4U  in. 

Power  dissipation,  each  magnet 

4  watts 

5—14  watts 

IV.  Detector  (adjustable) 

Material 

80%  Pt-20%  Ir 

80%  Pt-20%  Ir 

Width 

0.005  in. 

0.015  in. 

Current 

u .  o  amp 

U .  o  amp 

lemperature 

820  L> 

820  U 

V.  Center  collimating  slit  (adjustable) 

Material 

Plastic,  brass,  or 

Plastic,  brass,  or 

aluminum 

aluminum 

wiatn 

0 . 003  in. 

0.015  in. 

VI.  Resonant  cavity 

Principle  mode 

TEo,  l.ioo 

Dimensions  of  beam  holes 

ts  X  -rs  in. 

TS"  X  in. 

Coupling  hole  diameter 

0.312  in. 

0.328  in. 

Loaded  Q 

~7000 

~5500 

i uning  range  witn  aujusiaDie  proDe 

opposite  coupling  hole 

0.9  Mc 

1.8  Mc 

Separation  of  ends 

56  cm 

163  cm 
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The  Ammonia  Beam  Maser  as  a 
Standard  of  Frequency* 

J.  A.  BARNESf,  D.  W.  ALLAN f,  and  A.  E.  WAINWRIGHTf 


Introduction 

The  ammonia  beam  maser  has  presented  certain 
problems  when  considered  as  a  primary  standard  of 
frequency.  These  problems  come  about  because  the 
maser's  frequency  of  oscillation  is  quite  dependent 
upon  a  variety  of  parameters.  Also,  with  several  of 
these  parameters  there  is  no  unambiguous  way  of  select- 
ing a  particular  value  for  the  parameter.  In  the  past 
these  parameters  have  been  difficult  to  control  and 
caused  undesirable  drift  rates. 

Recently  a  servomechanism  has  been  installed 
which  has  eliminated  cavity-tuning  effects;1  i.e.,  the 
cavity  is  continuously  tuned  to  be  at  the  resonant  fre- 
quency of  the  molecule.  The  method  will  be  shown 
later.  The  elimination  of  this  parameter  has  also  re- 
duced the  effects  of  the  other  parameters. 

In  the  case  of  ammonia  beam  pressure  and  focusing 
voltage,  there  is  no  clear-cut  way  of  selecting  values  in 
order  to  get  the  maser  to  oscillate  at  the  "proper  Bohr 
frequency." 

In  part,  some  of  the  trouble  arises  from  the  fact  that 
the  quadrupole  moment  of  N14  in  ordinary  ammonia 
causes  an  asymmetric  splitting  of  the  J  =  3,  K  —  3  in- 
version line.  This  trouble  can  be  avoided  by  using 
N15H3  instead  of  the  ordinary  ammonia.  The  present 
experimental  work  has  been  confined  to  N14H3;  how- 
ever, as  soon  as  a  system  capable  of  recirculating  the 
ammonia  is  completed,  data  will  be  taken  on  N15H3.  A 
considerable  improvement  in  reproducibility  when  using 
N16H3  has  been  reported  by  others.2 

With  all  of  its  problems,  the  ammonia  beam  maser 
using  N14H3  has  demonstrated  a  resettable  frequency  of 
better  than  +3X10"11. 

Zeeman  Modulation 

It  has  been  shown3  that  the  cavity-pulling  of  the 
maser  frequency  is  given  approximately  by 

*  Received  August  28,  1961.  Presented  at  the  WESCON  Conf., 
San  Francisco,  Calif. ;  August  22-25,  1961. 

t  National  Bureau  of  Standards,  Boulder,  Colo. 

'J.  C.  Helmer,  "Maser  oscillators,"  /.  Appl.  Phys.,  vol.  28,  pp. 
212-215;  February,  1957. 

2  J.  De  Prins  and  P.  Kartashoff,  "Applications  of  Hertzian  Spec- 
troscopy to  the  Measurement  of  Frequency  and  Time,"  publication 
of  Laboratoire  Suisse  de  recherches  horlogeres,  Neuchatel,  Switzer- 
land. (Topics  on  Radiofrequency  Spectroscopy,  August  1-17,  I960, 
International  School  of  Physics,  "Enrico  Fermi,"  Varenna — Villa 
Monastero.) 

3  The  reader  is  referred  to  J.  P.  Gordon,  H.  J.  Zeiger,  and  C.  H. 
Townes,  "The  maser,"  Phys.  Rev.,  vol.  99,  pp.  1264-1274;  August, 
1955.  While  this  is  an  approximate  formula,  it  is  sufficient  to  indicate 
the  functional  dependence  of  the  maser  frequency.  Also  a  more 
elaborate  theory1  still  suggests  that  dv/dH  =  0  determines  the  natural 
resonant  frequency  which,  incidentally,  differs  from  other  possible 
means  of  obtaining  this  frequency. 


Avi 

vo  —  v  =    (i>0  —  vc)  (1) 

where  v0  is  the  natural  resonance  frequency  of  the  am- 
monia molecule;  v  is  the  frequency  of  oscillation  of  the 
maser;  vc  is  the  resonant  frequency  of  the  cavity;  Ai>i  is 
the  natural  line  width  of  the  ammonia  transition  in  the 
maser;  and  Avc  is  the  cavity  bandwidth.  It  has  been 
suggested  by  Shimoda,  et  al.lA  that  a  small  magnetic 
field  will  cause  a  Zeeman  splitting  of  the  ammonia  line 
and  thus  cause  an  effective  broadening  of  the  ammonia 
line  width.  If  the  cavity  is  tuned  to  a  frequency  other 
than  i>0,  a  frequency  shift  of  the  maser  is  observed  with 
the  application  of  the  magnetic  field. 

Under  the  influence  of  a  magnetic  field,  the  line 
width  is  given  approximately  by  (see  Appendix) 


Avi  =  V(A^o)2  +  {Avh)1  (2) 

where  Av0  is  the  unperturbed  line  width  for  the  am- 
monia transition  and  AvH  is  the  amount  the  lines  are 
split  by  the  magnetic  field.  (See  Fig.  1.)  It  has  been 
found5  that  ApH  is  given  by 

Avh  =  aH 

where  the  constant  <x  is  approximately  718  cps/oersted. 


\  Al/„  \ 


Fig.  1 — Zeeman  splitting  of  7  =  3,  i<T  =  3  line  of  N^H3. 


In  order  to  obtain  a  continuous  correction  to  the 
cavity  tuning,  the  authors  have  found  it  desirable  to 
apply  a  sinusoidally  varying  magnetic  field  to  the 
maser;  i.e., 

H  =  Ho  sin  uml. 
Thus  the  line  width  will  be  given  by 


AVl  =  V(Av0)2  +  (aHo)2  sin2  amt 

=  V(A^o)2  +  §(<*#„) 2  ~  §(«#o2)  cos  2oU. 

4  K.  Shimoda,  T.  C.  Wang,  and  C.  H.  Townes,  "Further  aspects 
of  the  maser  theory,"  Phys.  Rev.,  vol  102,  pp.  1308-1321 ;  June,  1956. 

6  C.  K.  Jen,  "Zeeman  effect  in  microwave  spectra,"  Phys.  Rev., 
vol. -74,  pp.  1396-1406;  November,  1948. 
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Applying  the  binomial  theorem  one  obtains 
Af;  «  Ava  A/ 


MIXER      DOUBLER      X50  MULTIPLIER 


'  x- 
1  +  2 


-|A„„  /(/l  +  |  (^)  -  2^  + 


(3) 


where  x^a/Jo/A^o  and  the  approximation  is  valid  to  the 
degree  that 

a;2 

«  1. 


2  +  x2 

Substitution  of  (3)  into  (1)  gives 


v  =  y0 


+ 


Ai>0 
Arc 
Av0  1 


/  x 
A  /  1  +  —  (fo  -  fc) 

(fo  —  O  cos  2a)m/.  (4) 


Avc  2V2  V2  +  x2 

There  are  two  things  of  interest  in  (4) ;  first,  the  fre- 
quency of  the  modulation  term  is  twice  the  frequency  of 
the  Zeeman  field,  as  one  would  expect  and,  second,  this 
modulation  term  is  proportional  to  v0  —  vc.  It  is  this 
latter  property  which  enables  one  to  simply  construct 
a  servosystem  that  will  continually  control  the  cavity 
tuning. 

The  authors  have  found  that  the  most  convenient 
and  most  noise-free  method  of  demodulation  is  that  of 
phase  demodulation.  The  block  diagram  of  the  system 
used  is  shown  in  Fig.  2  and  the  equivalent  servodiagram 
of  the  maser-crystal-oscillator  phase-lock  system  is 
shown  in  Fig.  3.  In  Fig.  3  the  transfer  functions  of  the 
various  components  are  indicated  below  the  compo- 
nents. 

From  the  theory  of  servosystems,  the  total  transfer 
function  for  Fig.  3  is  given  by 


!>o(oj) 


K\K-iKz 


<£m(co)         1  +  K1K2K3 

From  this  it  follows  that 


(5) 


a(c/>m(co) 


-  0o(co))  =  Vl  =  a<t>m(u)  1  

V     1  +  k.KokJ 

=  a0m(co)  (  V 

Substitution  of  the  transfer  functions  into  (6)  yields 

[0)2T  —  ju 
 ~a  ~  • 
ott  +  ap  —  ]<J>_ 


(6) 


(7) 


It  is  apparent  that  the  bracketed  expression  in  (7) 
has  its  maximum  value  when  w2T»a(8  which  makes 
(7)  have  the  value 


(«) 


Fig.  2 — Block  diagram  of  complete  system. 
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Fig.  3 — Equivalent  servodiagram  for  oscillator- 
maser  phase-lock  system. 


As  is  customary  in  dealing  with  transfer  functions, 
the  quantities  $m(co),  </>0(co)  and  Vi(w)  are  the  Fourier 
transforms  of  the  time-dependent  functions.  Thus  the 
voltage  V^t)  can  be  obtained  by  taking  the  inverse 
Fourier  transform  of  (8) 


7i(/)  =  a<t>m(t), 


(9) 


since  a  is  a  constant,  and  provided  all  important  fre- 
quency components  satisfy  the  relation  w2r»a:/3. 

Returning  to  (4),  which  can  be  written  in  terms  of 
the  total  phase  <i>(0, 


*(/)  =  CO/  +  (f>m(l)  =  2tt 
Av0  1 


+  Avc  2V2  V2  + 
Comparison  of  (9)  and  (10)  gives 

Vi(t)  =  y(v0  —  vc)  sin  2wmt 
where  7  is  the  constant 


(ID 


r  =  (  mw(_jL)  (12) 

and  (2com)2r»o:j3. 

Eq.  (11),  then,  represents  the  demodulated  signal 
from  the  maser.  It  should  be  noted  here  that  the  phase- 
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locked  crystal  oscillator's  frequency  is  determined  by 
the  maser  frequency  and  thus  this  servosystem  serves 
a  double  purpose:  1)  as  a  low-noise  phase  demodulator, 
and  2)  as  a  precise  frequency  divider  to  facilitate  com- 
parison with  other  systems,  e.g.,  the  cesium  beam. 

For  the  NBS  maser  system,  7  has  the  value  of  ap- 
proximately 3.5  mv  per  part  in  1010  of  N14H3  maser  fre- 
quency. While  this  seems  like  a  sufficiently  sensitive 
detection  system,  it  must  be  remarked  that  there  still 
exist  significant  noise  sources  which  will  tend  to  limit 
the  precision  of  balance.  The  most  important  of  these 
sources  is  the  crystal  oscillator  used  in  the  maser  phase- 
lock  system.  Any  phase  jitter  of  this  oscillator  signal 
after  multiplication  to  K  band  will  be  detected  as  noise 
in  the  phase  demodulator.  It  is  interesting  to  note  that 
if  the  maser  is  detuned  one  part  in  1010,  the  peak  phase 
modulation  on  the  maser  is  only  about  0.14°  at  K  band! 

The  oscillator  which  is  used  in  the  NBS  maser  sys- 
tem has  demonstrated  the  most  nearly  pure  spectrum 
of  any  oscillator  analyzed  to  date.6  In  fact,  except  for  a 
very  small  white-noise  pedestal,  it  is  difficult  to  be  sure 
whether  the  maser  or  this  oscillator  has  the  more  nearly 
monochromatic  signal.  Although  some  noise  may  be 
eliminated  by  narrow  banding  the  demodulator,  this 
process  cannot  be  carried  too  far  or  the  Nyquist  condi- 
tions for  stability  of  the  servosystem  will  be  violated. 

The  servoloop  for  the  cavity  tuning  is  completed  by 
applying  the  amplified  signal  from  the  phase  demodula- 
tor to  one  phase  of  a  two-phase  motor  which  in  turn 
controls  the  depth  of  a  small  plunger  in  the  maser's 
resonant  cavity.  The  reference  for  the  other  phase  of 
the  motor  is  obtained  by  doubling  the  frequency  of 
part  of  the  signal  from  the  Zeeman  modulating  field 
supply. 

Due  to  inherent  noise  in  the  system,  it  has  been  found 
that  a  better  time-averaged  frequency  is  obtained  from 
the  maser  if  the  gain  is  advanced  to  the  point  where 
small  oscillations  about  the  null  modulation  point  just 
begin.  Under  these  conditions,  the  servomotor  is  oscil- 
lating back  and  forth  at  a  rate  of  about  2  cps,  and  at  an 
amplitude  of  about  ±5  parts  in  1010  in  terms  of  maser 
frequency.  An  8-sec  average  of  oscillator  frequency 
shows  a  standard  deviation  of  about  3  parts  in  10u. 

Returning  to  the  condition  on  (11)  that 

(2wm)2T  »  a/3, 

it  is  possible  to  determine  the  minimum  time  constant 
of  the  phase-lock  filter.  For  the  NBS  system,  the  prod- 
uct (a/3)  is  about  104  sec-1  and  thus  r»0.05  sec.  Typi- 
cally, t  is  chosen  to  be  about  0.5  sec  to  1.0  sec.  Since 
this  time  constant  must  be  taken  this  long,  again  the 
stability  of  the  crystal  oscillator  must  be  very  good 
or  deterioration  of  the  maser  stability  will  result. 

6  J.  A.  Barnes  and  L.  E.  Heim,  "A  high-resolution  ammonia- 
maser-spertrum  analyzer,"  IRE  Trans,  on  Instrumentation,  vol. 
1-10,  pp.  4-8;  June,  1961. 


Basic  Measuring  Scheme 

Quite  an  elaborate  system  is  involved  in  detecting 
and  dividing  down  the  maser  frequency.  It  is  the  pur- 
pose of  this  section  to  outline  this  system.  See  Fig.  2. 

A  5-Mc  crystal  oscillator  drives  a  multiplier  chain. 
From  this  chain,  240  Mc  is  fed  into  a  crystal  multiplier; 
the  50th  harmonic  (12,000  Mc)  of  this  and  an  11,950- 
Mc  signal  from  a  klystron  are  fed  into  a  crystal  mixer. 
The  50-Mc  beat  note  resulting  is  sent  through  an  IF 
amplifier  and  then  phase  compared  with  50  Mc  from 
the  multiplier  chain.  The  phase  difference  is  used  as  an 
error  voltage  to  correct  the  klystron's  frequency; 
hence,  the  klystron  is  phase  locked  to  the  5-Mc  crystal 
oscillator. 

The  klystron  signal  is  sent  to  a  crystal  doubler  giving 
23,900  Mc.  This  signal  goes  in  one  side  of  a  balanced 
crystal  mixer.  The  maser's  signal  at  approximately 
23,870  Mc  provides  the  reference  into  the  other  side 
of  the  above  mixer.  The  30-Mc  beat  note  resulting  goes 
to  an  IF  amplifier  and  then  to  a  phase  detector.  A  fre- 
quency synthesizer,  stable  to  better  than  a  part  in  108, 
is  used  as  the  reference  into  the  other  side  of  the  phase 
detector.  (One  part  in  10s  at  this  reference  gives  a 
stability  of  about  1  part  in  10u  at  maser  frequency.)  The 
phase  error  resulting  is  then  sent  to  a  reactance  tube 
which  in  turn  corrects  the  frequency  of  the  above- 
mentioned  5-Mc  crystal  oscillator.  Therefore,  the 
5-Mc  signal  is  phase  locked  to  the  maser's  frequency, 
and  hence  the  maser's  stability  can  be  analyzed  by 
looking  at  the  5-Mc  crystal  oscillator  or  any  multiple 
of  it  as  derived  from  the  multiplier  chain. 

Experimental  Results 
Maser  Frequency  Dependence  on  Operating  Conditions 

It  has  been  the  intent  of  the  authors  to  find  most, 
if  not  all,  parameters  that  give  instability  and  that 
cause  frequency  shifts;  also,  the  control  of  critical 
parameters  has  been  of  concern.  Some  of  the  frequency- 
dependent  parameters  are  beam  pressure,  electrode 
focusing  voltage,  Zeeman  modulation  voltage,  fluctua- 
tions in  the  magnetic  field  of  the  earth,  background 
pressure  in  the  maser's  vacuum  system,  alignment  of 
beam  nozzles  and  electrodes  with  respect  to  the  resonant 
cavity,  temperature  effects,  and  a  few  other  influences, 
most  of  which  are  quite  minor. 

In  connection  with  the  beam  pressure  a  variety  of 
nozzles  have  been  tried  including  klystron  grid  ma- 
terial, crimped  foil,  and  special  drilled  single-hole 
nozzles.  Most  of  the  data  have  been  taken  with  0.02- 
inch  single-hole  nozzles;  this  is  by  no  means  the  op- 
timal nozzle  to  use,  and  this  nozzle  is  used  mainly  for 
symmetry  reasons  in  the  NBS  double-beam  maser. 
Beam  pressures  typically  used  are  in  the  vicinity  of  6 
mm  of  mercury;  such  a  pressure  gives  a  molecular  mean 
free  path  (X)  of  8X10~4  cm.  Since  A  is  smaller  than  the 
nozzle  hole  diameter,  this  disallows  a  Maxwellian 
velocity  distribution,  but  rather  gives  cloud  diffusion 
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which  has  a  radial  molecular  intensity  distribution.  This 
system  gives  very  uniform  flow  as  can  be  illustrated 
from  the  frequency-time  statistics,  but  quite  a  large 
consumption  of  ammonia  (about  1  gr/hr). 

Data  were  taken  to  determine  the  optimal  beam  pres- 
sure to  use  for  frequency  stability,  and  a  typical  family 
of  curves  is  shown  in  Fig.  4.  In  another  experiment  the 
beam  pressure  was  run  up  to  about  14  mm  of  mercury 
to  observe  the  continuation  of  the  curves  shown.  It  was 
found  that  the  curves  continued  to  approach  each  other 
and  the  second  derivative  became  negative.  This 
change  in  slope  is  attributed  to  a  significant  increase  in 
the  background  pressure  caused  by  the  high  flux  of 
molecules. 

By  analyzing  Fig.  4  one  can  quite  easily  observe  the 
behavior  of  the  focusing  voltage  Vf  vs  maser  frequency 
since  there  is  a  540-v  difference  between  each  of  the 
curves  in  the  family  of  curves  plotted.  The  slope  of 
maser  frequency  as  a  function  of  focusing  voltage  is 
positive  with  a  positive  second  derivative  also;  the 
magnitude  of  the  slope  is  in  the  vicinity  of  1  part  in  1010 
of  maser  frequency  per  200  v.  This  is  rather  severe  for 
frequency  stability,  and  the  voltage  has  to  be  read  to 
about  0.2  per  cent  in  order  to  get  resettability  to  1  part 
in  10u.  This,  of  course,  puts  stringent  requirements  on 
the  high-voltage  power  supply.  One  can  further  ob- 
serve by  analyzing  Fig.  4  that  the  slope  of  frequency  vs 
focusing  voltage  decreases  for  increasing  beam  pres- 
sures. 

Another  curve  of  interest  is  maser  frequency  vs  the 
Zeeman  frequency  modulation  voltage  (see  Fig.  5).  If 
the  Zeeman  splitting  coefficients  are  linear  (the  theory 
states  they  are  to  a  first  approximation — second-order 
effects  are  of  the  order4  of  2  X  10~15  H2 — for  all  molecular 
frequency  components  within  the  range  of  the  resonant 
cavity)  then  the  slope  of  frequency  vs  modulation 
voltage  should  be  zero.  But  the  contrary  result  is  that 
the  curve  has  a  negative  slope  of  about  5  parts  in  109  at 
maser  frequency  per  oersted  (rms) ;  2  volts  rms  applied 
to  the  magnetic-field  coils  of  the  NBS  maser  corresponds 
very  closely  to  1  oersted  (rms)  in  the  cavity.  A  similar 
effect  has  been  observed  on  N15H3.2 

With  a  slope  as  previously  stated  for  maser  frequency 
vs  Zeeman  modulation  voltage,  one  might  wonder  if 
fluctuations  in  the  earth's  magnetic  field  would  cause 
frequency  shifts.  From  experiments  performed  it  was 
found  that  the  slope  of  this  curve  is  essentially  the 
same  as  for  an  ac  field.  Since  the  earth's  magnetic  field 
is  about  0.56  oersted,  a  net  shift  of  the  maser's  fre- 
quency of  about  3  parts  in  109  would  be  expected.  Also, 
it  was  predicted  that  during  fairly  severe  magnetic 
storms  a  frequency  shift  in  the  vicinity  of  1  part  in  10u 
could  be  observed;  an  experiment  was  performed  and 
an  actual  correlation  was  shown  to  exist.  Since  the 
shift  due  to  magnetic  storms  is  so  small,  it  could  be 
easily  eliminated  with  a  yu-metal  shield  around  the 
maser's  resonant  cavity. 
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BEAM  PRESSURE  IN   mm  OF  Hg 

Fig.  4 — Relative  shift  in  maser  frequency  vs  beam  pressure. 
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FREQUENCY   MODULATION  VOLTAGE  IN  VOLTS  rms 

Fig.  5 — Relative  maser  frequency  vs  modulation 
voltage  applied  to  magnetic  field  coils. 

Prior  to  the  installation  of  the  cavity-tuning  servo- 
loop,  background  pressure  changes  caused  sizeable  fre- 
quency shifts;  for  example,  when  the  liquid-nitrogen 
cold  traps  on  the  maser's  vacuum  system  were  filled, 
of  course  the  background  pressure  would  change,  and 
frequency  shifts  as  high  as  1  part  in  109  were  observed. 
Since  the  installation  of  the  above-mentioned  servo- 
loop,  cold  trap  filling  and  fairly  large  changes  in  the 
background  pressure  cause  no  measurable  frequency 
shifts.  Pressures  typically  used  in  the  maser's  vacuum 
system  are  2X10~6  mm  of  mercury;  no  frequency  shift 
has  been  observed  up  to  pressures  of  6X10-6  mm. 
Higher  frequency  shifts  than  this  have  been  indicated 
though  very  marginal  up  to  1  X 10-5  mm. 

The  NBS  maser  has  been  taken  apart  and  reassem- 
bled several  times;  each  time  a  frequency  shift  has  oc- 
curred along  with  changes  in  the  parametric  curves  of 
Figs.  4  and  5,  although  the  basic  character  of  the 
curves  has  not  changed.  If  pains  are  taken  to  duplicate 
alignment  and  configuration  of  nozzles,  focusers,  and 
cavity,  the  shift  can  be  kept  within  3  parts  in  1010 — 
showing  the  critical  nature  alignment  plays  in  the  maser 
as  a  frequency  standard.  However,  for  any  one  align- 
ment and  configuration  the  stability  for  short  term  and 
long  term  is  shown  in  Figs.  6  and  7.  Such  stability 
brings  the  maser  to  the  status  of  a  very  good  secondary 
standard. 
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Fig.  6 — Frequency  of  maser  as  a  function  of  time.  Each  step  repre- 
sents an  average  frequency  over  an  interval  of  approximately  78 
sec.  The  record  is  1 5  hr  long. 
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Fig.  7 — NBS  double-beam  ammonia  maser  vs  cesium 
beam  (National  Frequency  Standard). 


Maser  Stability 

In  order  to  test  the  long-  and  short-term  stability  of 
the  maser,  comparisons  have  been  made  with  a  very 
stable  (drift  rate  of  about  6XlO_12/hr)  quartz  crystal 
oscillator  and  with  the  National  Frequency  Standard, 
cesium  beam. 

For  short-term  comparisons  the  oscillator  that  is 
phase  locked  to  the  maser  is  mixed  with  the  oscillator 
mentioned  above,  and  the  period  of  the  beat  note  is 
measured.  Eight-second  averages  gave  a  standard  de- 
viation of  3  parts  in  1011;  a  large  part  of  this  is  due  to  the 
oscillating  cavity-tuning  servoloop  because  the  short- 
term  stability  of  the  free-running  maser  is  only  a  few 
parts  in  1012. 

The  reader  will  remember  that  the  period  of  oscilla- 
tion of  the  cavity-tuning  servoloop  is  about  J  sec;  so  if 
the  time  of  averaging  is  long  compared  with  the  period 
of  oscillation,  the  statistics  should  average  out  this 
oscillatory  characteristic.  Therefore,  78-sec  period 
averages  were  taken,  and  a  typical  trace  of  the  relative 
frequency  fluctuations  is  shown  in  Fig.  6.  This  trace  is 
96  min  long  and  gives  a  standard  deviation  of  the  mean 
of  1.3  parts  in  1012. 

The  long-term  stability  of  the  maser  has  been  ob- 
tained by  direct  comparisons  with  the  cesium  beam.  A 
plot  of  the  day-by-day  comparisons  is  shown  in  Fig.  7. 
Note  that  there  are  three  sections;  each  one  represents 
a  new  alignment  and  hence  a  different  frequency  (not 
indicated) ;  the  mean  of  each  set  is  plotted  on  the  same 
axis.  Since  the  cesium  beam  usually  has  a  standard 
deviation  of  the  mean  of  less  than  1  part  in  1011  for  any 
one  measurement  and  the  standard  deviation  for  the 
plot  in  Fig.  7  is  3  parts  in  1011,  one  concludes  that 
there  is  an  unknown  parameter  in  the  maser  system 
which  is  not  in  statistical  control.  It  is  felt  at  present 
that  this  is  probably  temperature-dependent  elements 
in  the  maser  system. 


Conclusion 

The  experimental  results  show  that  an  ammonia 
beam  maser  using  the  7  =  3,  K  =  3  transition  in  or- 
dinary N14H3  can  be  a  very  reliable  secondary  standard 
of  frequency.  As  long  as  the  alignment  of  the  maser  is 
not  disturbed,  its  frequency  is  resettable  to  a  precision 
which  makes  it  quite  competitive  with  the  cesium  beam 
and  gas  cell.  The  authors  see  no  reason  why  such  a  maser 
system  could  not  be  run  for  years  without  deterioration 
of  its  resettability.  With  an  improved  servosystem,  the 
short-term  stability  could  probably  approach  that  of 
the  free-running  maser  itself  and  thus  have  this  advan- 
tage over  either  the  cesium  beam  or  gas  cell  which  de- 
pends on  a  quartz  crystal  oscillator  for  their  short-term 
stability. 

Perhaps  one  of  the  most  encouraging  aspects  of  the 
system  is  that  everyone  who  has  used  N15H3  has  reported 
a  marked  improvement  over  N14H3  in  all  operating 
parameters  as  theory  predicts.  It  is  hoped  that  the 
change  to  N15H3  may  relegate  this  maser  servosystem 
to  a  competitive  primary  standard  of  frequency. 

Appendix 

When  a  magnetic  field  is  applied  to  the  ammonia 
molecule,  the  spectral  line  for  J =3,  K  =  3  is  split  as 
shown  in  Fig.  1.  Such  a  splitting,  of  course,  changes  the 
effective  line  width  Avt  of  the  transition.  Since  this  ef- 
fective line  width  must  be  a  function  of  the  magnitude 
of  the  splitting  only,  it  is  reasonable,  at  least  as  far  as 
functional  dependence  is  concerned,  to  assume  that  the 
effective  line  width  is  related  to  the  second  moment  of 
the  perturbed  line  by  the  relation 
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where  P(v)  is  the  probability  of  transition  for  the  fre- 
quency v,  and  vQ  is  the  center  of  gravity  of  the  line. 

By  a  simple  application  of  the  parallel  axis  theorem 
one  obtains 
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or  equivalently 
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A  Comparison  of  Direct  and  Servo  Methods  for 
Utilizing  Cesium  Beam  Resonators  as 
Frequency  Standards* 
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Summary — Two  systems,  in  which  the  frequency  of  a  high 
quality  quartz  crystal  oscillator  can  be  controlled  by  a  servo  system 
employing  as  a  reference  frequency  the  (F  =  4,  mF  =  0)±- >(F  =  3, 
mj?  =  0)  transition  in  the  ground  electronic  state  of  cesium133,  have 
been  in  operation  for  about  one  year  at  the  National  Bureau  of 
Standards.  These  systems  are  presently  used  in  conjunction  with 
the  United  States  Frequency  Standard,  NBS  II,  and  the  alternate 
standard,  NBS  I,  for  measuring  the  frequencies  of  the  United  States 
Working  Frequency  Standards  on  a  regular  basis.  The  dependability, 
precision,  and  accuracy  of  the  servo-derived  measurements  have 
been  compared  with  the  corresponding  figures  for  the  more  direct 
manual  method.  Although  both  measurement  systems  have  been 
found  to  be  highly  dependable,  the  servo  method  has  significant 
advantages  with  respect  to  convenience  of  operation  and  measure- 
ment precision.  These  advantages  can  be  utilized  with  no  sacrifice  of 
accuracy.  Typical  servo  measurement  precision  is  2X10~12  for  a  30- 
minute  averaging  time,  while  the  measurement  accuracy  for  both 
methods  is  1.1X10-11.  For  longer  measurement  periods  of  12-14 
hours,  precisions  and  reproducibilities  of  2X10~13  have  been  ob- 
served. 

Introduction 

AS  A  RESULT  of  committee  discussions  held 
/—\  during  the  1957  meeting  of  the  Consultative 
Committee  for  the  Definition  of  the  Determining 
the  Second,  there  arose  a  suggestion  that,  in  studying 
and  developing  atomic  frequency  standards,  preference 
should  be  given  to  systems  in  which  the  resonance 
absorption  frequency  is  measured  directly,  as  compared 
with  devices  which  have  an  auxilliary  oscillator  whose 
frequency  is  controlled  by  a  servomechanism.  At  the 
Boulder  Laboratories  of  the  National  Bureau  of  Stand- 
ards it  was  initially  felt  that  the  simplicity  of  meas- 
uring systems  and  techniques  in  which  no  feedback- 
type  locking  circuits  are  used  would  merit  their  exclu- 
sive use.  In  practice,  however,  the  laboratory  has  come 
to  utilize  servo-type  circuits  to  a  larger  and  larger  ex- 
tent in  the  atomic  frequency  standards  program.  The 
use  of  these  control  systems  has  been  expedient  to  the 
frequency  measurements  program  primarily  by  reduc- 
ing the  labor  involved  in  making  a  frequency  measure- 
ment so  that  much  more  comparison  data  with  an 
attendant  gain  in  precision  can  be  accumulated  in  a 
given  amount  of  time  than  is  possible  by  means  of  the 
more  direct  measuring  technique  involving  manual 
determinations  of  frequency.  In  addition,  the  use  of 
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servo  systems  in  some  cases  has  resulted  in  a  more  use- 
ful measure  of  frequency. 

Two  systems,  in  which  the  frequency  of  a  high  quality 
quartz  crystal  oscillator  can  be  controlled  by  a  servo 
system  employing  as  a  reference  frequency  the  (F  =  4, 
ffir  =  0)<->(/'=3,  mp  =  0)  transition  in  the  ground  elec- 
tronic state  of  cesium133,  have  been  in  operation  for  over 
one  year  at  NBS.  These  systems  are  presently  used  in 
conjunction  with  the  United  States  Frequency  Stand- 
ard, NBS  II,  and  the  alternate  standard,  NBS  I,  for 
measuring  the  frequencies  of  the  United  States  Work- 
ing Frequency  Standards  on  a  regular  basis.  This  paper 
is  primarily  concerned  with  the  reliability  of  these  servo- 
type  measurements  as  compared  with  the  more  direct 
manual  type  of  measurement. 

Description  of  the  Manual  and  Servo 
Measurement  Systems 

Block  diagrams  of  the  manual  and  servo  measuring 
systems  are  shown  in  Figs.  1  and  2,  respectively.  In  the 
manual  system  the  unknown  frequency  fx  that  is  to  be 
measured  is  multiplied  by  1836  to  approximately  9180 
Mc.  A  klystron  which  excites  the  atomic  resonance  is 
then  automatically  electronically  tuned  by  a  servo,  so 
that  its  beat  note  with  the  multiplied  unknown  is  in 
phase  synchronism  with  a  variable  frequency  source 
whose  frequency  /  at  approximately  12.6  Mc  is  known 
to  1X10-8.  By  changing  the  frequency  /  and  observing 
the  index  of  transition  probability  provided  by  the 
atomic  beam  detector  current  and  displayed  on  a  dc 
meter,  it  is  possible  to  tune  the  klystron  first  to  a  fre- 
quency fa  about  50  cps  above  the  cesium  resonance  and 
then  to  a  frequency  j\  equally  offset  below  the  cesium 
resonance.  If /„  and/;  are,  respectively,  the  frequencies 
of  the  tunable  12.6-Mc  source  corresponding  to  fa  and 
fb,  the  unknown  frequency  fz  can  easily  be  computed 
from  the  relation 

1836/,  +  ^  '  —  =  9192631770.0  +  A/0  (1) 

where  A/0  is  the  known  frequency  shift  in  the  atomic 
resonance  produced  by  the  uniform  magnetic  C  field, 
essential  to  the  operation  of  the  beam  machine,  and 
/i-and/„  are  determined  by  electronic  counter  measure- 
ments. This  method  of  measurement  is  referred  to  as 
the  manual  method  because  the  frequencies  ft  and  /„ 
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Fig.  1 — Block  diagram  of  the  manual  measurement  system. 
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Fig.  2 — Block  diagram  of  the  servo  measurement  system. 

are  alternately  set  by  an  operator  so  that  the  corre- 
sponding sequentially  appearing  beam  currents  are 
judged  to  be  equal. 

In  the  servo  method  of  measurement  shown  in  Fig.  2 
the  multiplier  chain  to  9180  Mc  and  the  phase-lock 
klystron  loop,  including  the  source  of  the  variable  fre- 
quency/, are  the  same  as  used  in  the  manual  system.  In 
this  case,  however,  a  high  quality  5-Mc  quartz-crystal 
oscillator,  whose  frequency  /,  is  to  be  controlled  by  the 
servo  system,  is  used  as  the  input  to  the  multiplier 
chain.  Phase  modulation  of  a  multiple  of  this  frequency 
at  a  37.5-cps  rate  is  accomplished  with  the  aid  of  a 
voltage-controlled  diode  capacitor  in  the  output  tank 
of  the  5-10-Mc  doubler.  As  a  result  of  this  modulation 
the  beam  current  varies  and  the  phase  of  the  37.5-cps 
component  of  the  beam  current  depends  on  whether  the 
average  excitation  frequency  is  above  or  below  the 
cesium  resonance  frequency.  In  the  postdetection  servo 
electronics,  a  phase  detector  is  used  to  develop  a  signed 
dc  error  signal  which  is  integrated  to  produce  a  correc- 
tion signal  that  is  applied  to  a  voltage-variable  capacitor 
in  the  oscillator  to  control  the  frequency /,  at  a  particu- 
lar value  which  depends  on  the  value  /  of  the  variable 


source.  With  the  servo  loop  closed,  the  frequency  /,  at 
which  the  servo  oscillator  is  locked  can  be  computed 
from  the  relation 


1836/,  +/  =  9192631770.0  +  A/0. 


(2) 


Under  normal  operating  conditions  for  the  NBS  II 
system,/  is  selected  to  be  « 12,632,000.0  cps  and  A/0  is 
1.0  cps,  which  results  in  a  value  for  /,  that  is  about 
249  X10~10  low  relative  to  the  nominal  frequency  of 
5.0  •  •  •  Mc.  It  should  be  noted  that  when/  is  derived 
from  /,  through  the  use  of  a  5-Mc-to-100-kc  divider  and 
synthesizer,  its  appearance  in  (2)  can  be  replaced  by 
(12.632/5)/,,  where  the  numerical  factor  is  exact.  A 
measurement  of  the  unknown  frequency  fx  is  effected 
by  measuring,  with  the  servo  loop  closed,  the  period  of 
the  beat  note  between  fx  and  /, — using  an  electronic 
counter.  If  the  measured  period  is  r,  then 


/••-/. 


(3) 


and  fz  is  determined  since  /,  is  known  from  (2).  The 
appropriate  sign  for  the  difference  frequency,  if  not 
known,  could  be  determined  by  shifting/,  in  a  known 
direction.  The  increased  convenience  of  the  servo  meas- 
urement procedure  over  the  manual  is  apparent,  since 
the  use  of  a  digital  recorder  in  conjunction  with  the 
period  counter  permits  the  accumulation  of  comparison 
data  over  long  periods  of  time  without  the  attention  of 
operating  personnel. 

Both  measurement  systems  have  been  used  exten- 
sively at  NBS  and  found  to  be  highly  dependable.  The 
manual  technique  was  used  exclusively  for  a  period  of 
nearly  two  years  and  in  conjunction  with  servo  meas- 
urements for  the  past  one  year,  while  servo  measure- 
ments have  been  emphasized  more  in  the  last  year. 
Neither  system  has  caused  the  loss  of  more  than  a  few 
days  of  measurement  time  per  year.  Occasional  prob- 
lems with  the  manual  system  have  been  confined  pri- 
marily to  the  electronic  counter,  klystron  power  supply, 
and  components  of  the  phase-lock  klystron  loop.  These 
particular  problems  also  affect  the  servo  system  opera- 
tion which,  in  addition,  has  had  minor  troubles  associ- 
ated with  faulty  mechanical  choppers  and  a  malfunc- 
tioning power  supply  for  the  stabilized  oscillator.  Based 
on  experience  to  date,  then,  no  preference  for  one  sys- 
tem or  the  other  has  been  established  with  respect  to 
dependability  of  operation. 

Comparison  With  Respect  to 
Measurement  Precision 

The  term  "precision,"  when  used  in  connection  with 
the  NBS  standards,  refers  to  the  extent  to  which  a  meas- 
urement of  frequency  is  reproducible.  Used  in  this  sense 
the  measure  of  precision  would  include  contributions 
from  both  the  standard  itself  and  whatever  source  of 
frequency  is  being  measured.  The  most  commonly  used 
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measure  of  precision  for  the  NBS  measurements  is  the 
standard  deviation  of  the  mean  associated  with  the 
comparison  data.  For  the  manual  method,  the  com- 
parison data  consists  of  a  group  of  20  to  50  deter- 
minations of  the  unknown  frequency  fx,  obtained  by 
application  of  (1)  to  the  raw  data  collected  over  a  30- 
minute  period.  Under  normal  measurement  procedure, 
fx  is  the  5-Mc  output  of  one  of  the  group  of  working 
standards  maintained  at  NBS,  consisting  at  present 
of  2  commercial  cesium  beam  standards  and  2  com- 
mercial rubidium  vapor  standards.  A  typical  value 
of  the  measurement  precision  as  defined  above  is  about 
8X10-12.  This  precision  figure  can  be  reduced  to 
5X10~12  by  collecting  data  over  a  If -hour  period.  Rep- 
resentative groups  of  the  manual  data  have  been 
tested  by  using  an  appropriate  computer  program  to 
determine  the  goodness  of  fit  of  a  Gaussian  distribu- 
tion to  the  data.  The  primary  significance  of  such  a  test 
stems  from  the  central  limit  theorem  of  statistics.  If  the 
measurements  did  not  exhibit  a  Gaussian  distribution, 
it  would  be  suspected  that  they  were  being  influenced 
by  at  least  one  noncontrolled  fluctuating  variable  that 
exerted  a  relatively  large  effect  on  the  measurements. 
If  the  measurements  did  possess  a  Gaussian  distribu- 
tion, it  would  be  suspected  that,  over  the  observation 
time,  they  vary  because  of  the  independent  action  of 
many  variables  which  have  about  equal  influence  and 
that  a  significant  improvement  of  precision  could  not 
be  accomplished  by  controlling  only  a  few  of  the  vari- 
ables that  affect  the  outcome  of  a  frequency  measure- 
ment. A  second  reason  for  investigating  the  distribution 
bears  on  the  usual  interpretation  of  the  standard  devia- 
tion of  the  mean  as  providing  limits  within  which  lie 
67  per  cent  of  similarly  determined  means.  This  per- 
centage is  appropriate  only  for  Gaussian  distributions. 
The  x2  test  was  used  to  give  a  single  numerical  measure 
of  the  over-all  goodness  of  fit  to  a  Gaussian  distribution. 
In  this  test  exact  fit  of  the  normal  distribution  curve  to 
the  experimental  data  would  correspond  to  x2  =  0,  al- 
though such  a  value  is  extremely  unlikely  in  practice 
because  of  statistical  fluctuations.  One  group  of  160 
manual  measurements  was  tested  by  dividing  the  data 
into  8  subgroups  of  20  and  computing  x2  for  each  sub- 
group. The  values  of  x2  ranged  from  4  to  10  with  an 
average  of  6.6.  One  possible  interpretation  of  this  value 
is  that  because  of  statistical  fluctuations  there  is  a  prob- 
ability of  about  60  per  cent  of  finding  a  x2  value  of  6.6 
or  higher  even  if  the  parent  distribution  of  manual 
measurements  is  perfectly  Gaussian.  Therefore,  one 
may  conclude  that  a  Gaussian  distribution  is  a  good  fit 
to  the  observed  distribution  of  the  manual  data. 

The  measure  of  precision  for  the  servo-type  measure- 
ments is  taken  to  be  the  standard  deviation  of  the  mean 
of  a  set  of  frequency  comparisons  obtained  from  period 
measurements  by  using  (2)  and  (3).  When  the  fre- 
quency source  to  be  measured  is  one  of  the  NBS  work- 
ing standards,  the  precision  is  typically  2X10~12  for  a 


30-minute  averaging  period.  This  type  of  measurement 
is  made  on  a  daily  basis  at  NBS  and  serves  as  the  basis 
for  published  frequency  measurements  of  the  WWV, 
WWVL,  WWVB,  GBR,  and  NBA  radio  transmissions. 
Computer  analysis  of  519  measurements  of  3  different 
working  standards  made  over  a  period  of  several 
months  gives  an  average  x2  of  6.7 — almost  exactly  the 
same  as  for  the  manual  case  and  again  indicative  that  a 
Gaussian  distribution  is  a  good  fit  to  the  data. 

Comparisons  have  also  been  made  between  the  two 
NBS  frequency  standards  operating  with  independent 
servo  systems.  Data  from  two  long  comparison  runs  of 
27  hours  and  12  hours  is  shown  in  Figs.  3  and  4,  respec- 
tively. Each  point  plotted  on  the  uppermost  curve  in 
each  figure  is  an  average  of  100  periods  of  the  beat  fre- 
quency between  the  two  controlled  oscillators.  Since  the 
period  was  1.8  seconds,  each  point  represents  a  3-minute 
average  followed  by  a  counter  display  time  of  equal  du- 
ration. The  other  plots  in  each  figure  indicate  how  the 
relative  stability  of  the  standards  varies  with  the 
amount  of  time  over  which  the  data  is  averaged.  The 
vertical  bar  at  each  point  represents  the  precision  of 
measurement.  Analysis  of  the  27-hour  run  shows  a  pre- 
cision of  measurement  for  30-minute  averaging  times 
of  about  1.5  X10"12,  compared  to  2.5X10-12  for  the 
servo  comparisons  with  the  working  standards.  If  the 
27-hour  data  is  split  into  a  13-hour  average  and  a  14- 
hour  average,  which  are  then  compared  with  the  12- 
hour  average  obtained  5  days  earlier,  the  three  meas- 
urements of  the  frequency  difference  between  the  two 
standards  differ  by  less  than  2X10~13.  The  value  of  x2 
computed  from  the  267  values  of  the  27-hour  compari- 
son is  6.4,  which  once  again  is  in  close  agreement  with 
values  obtained  in  other  types  of  comparisons.  From 
the  uppermost  plot  in  Fig.  3  it  seems  rather  apparent 
that  a  significant  amount  of  correlation  is  present 
among  the  6-minute  averages.  In  order  to  obtain  some 
sort  of  quantitative  measure  of  this  effect  the  autocor- 
relation function  was  computed.  The  function  drops  to 
49  per  cent  of  the  variance  after  6  minutes  but  is  still 
20  per  cent  of  the  variance  after  1  hour. 

Comparison  With  Respect  to  Accuracy 

The  term  "accuracy"  refers  to  the  degree  to  which 
the  atomic  frequency  standard  approaches  the  value 
fo,  the  idealized  resonance  frequency  for  the  cesium 
atom  in  its  unperturbed  state.  This  accuracy  with  re- 
spect to  fo  for  the  manual  method  of  measurement  is 
usually  limited  primarily  by  uncertainties  associated 
with  the  uniform  magnetic  C  field,  phase  differences 
between  the  two  oscillating  electromagnetic  fields  pro- 
ducing the  atomic  transition,  the  spectral  purity  of  the 
excitation  radiation,  and  effects  of  other  neighboring 
atomic  transitions.1  An  internal  estimate  of  the  accu- 

1  R.  C.  Mockler,  R.  E.  Beehler,  and  C.  S.  Snider,  "Atomic  beam 
frequency  standards,"  IRE  Trans,  on  Instrumentation,  vol.  9, 
pp.  120-132;  September,  1960. 
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Fig.  3 — 27-hour  frequency  comparison  of  NBS  I  and  II. 
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Fig.  4 — 12 -hour  frequency  comparison  of  NBS  I  and  II. 


racy  can  be  made  by  combining  the  estimates  of  possible 
frequency  shifts  due  to  the  above  causes. 

For  the  case  of  NBS  II  the  magnetic  C  field  is  pro- 
duced by  passing  a  current  through  a  rectangular  array 
of  four  parallel  wires  located  within  a  triple-layer  mag- 
netic shield  assembly.  The  field  of  about  0.047  oersted 
is  calibrated  by  frequency  measurements  of  the 
(4,  1)^(3,  1)  and  (4,  1)<-h>(3,  0)  microwave  transitions 
of  cesium  which  are  strongly  dependent  upon  the  mag- 
nitude of  the  field.  The  field  value  for  a  given  current  is 
then  determined  from  a  least-squares  fit  of  a  straight 
line  to  the  combined  data.  The  uncertainty  associated 
with  this  value  is  the  computed  standard  deviation  for 
a  point  interpolated  from  the  least-squares  line.  The 
corresponding  uncertainty  in  a  frequency  measurement 
is  5X10-12,  which  serves  as  an  estimate  of  possible  in- 
accuracy due  to  incomplete  knowledge  of  the  C  field. 
The  measured  nonuniformity  of  less  than  +0.001 
oersted  does  not  contribute  significantly  to  the  accuracy 
figure. 

If  a  phase  difference  exists  between  the  two  separated 
oscillating  fields  exciting  the  resonance  in  the  Ramsey 
technique,  a  frequency  shift  will  result.  This  effect  may 
be  observed  by  rotating  the  resonant  cavity  180°  and 
looking  for  a  resultant  frequency  shift.  For  NBS  II  the 
measured  shift  is  4X10-12,  which  means  that  one  half 
of  this  amount  or  2  X 10-12  is  the  actual  frequency  error 
produced  by  the  phase  difference.  Since  this  amount  can 
be  applied  with  the  appropriate  sign  as  a  correction  to 
all  frequency  measurements,  the  only  contribution  to 
inaccuracy  from  this  source  is  considered  to  be  the  un- 
certainty in  the  measurement  which  is  about  +  2  X  10-12. 

Another  factor  which  has  been  observed  to  cause  large 
frequency  shifts  under  some  conditions  is  the  spectral 
purity  of  the  radiation  exciting  the  atomic  transition. 
Shifts  as  large  as  32  X  10-10  have  been  observed  by  excit- 
ing the  resonance  with  a  signal  containing  unsymmetri- 
cal  sidebands  in  addition  to  a  carrier  frequency.  This 
effect  can  be  eliminated  by  proper  design  of  the  multi- 
pliers and,  in  the  event  the  oscillator  being  measured  is 
itself  at  fault,  by  utilizing  an  auxiliary  oscillator  phase- 
locked  to  the  oscillator  being  measured  with  time  con- 
stants chosen  to  make  use  of  the  long-term  stability  of 
the  oscillator  being  measured  and  the  short-term  sta- 
bility of  the  phase-locked  oscillator.  The  auxiliary  oscil- 
lator must  not  have  troublesome  sidebands  and  in 
addition,  if  the  crystal  current  is  high,  noise  effects  will 
not  be  troublesome. 

Another  source  of  possible  errors  is  the  influence  of 
neighboring  transitions  in  the  atomic  spectrum.  Signifi- 
cant frequency  shifts  may  result  in  measurements  made 
at  low  C  fields,  since  the  separation  between  transitions 
is  proportional  to  the  magnitude  of  the  field.  For  meas- 
urements made  with  NBS  II  at  a  field  of  0.020  oersted, 
for  example,  a  systematic  shift  of  3.7X10-11  was  de- 
tected. It  has  been  found  possible  to  eliminate  this  error 
by  operating  at  sufficiently  high  fields  (0.047  oersted 
for  NBS  II). 
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A  final  factor  which  has  produced  some  error  in  the 
past  in  manual  measurements  of  one  particular  com- 
mercial cesium  beam  standard  involves  the  necessity 
for  the  operator  to  average  by  eye  the  observed  beam 
variations.  For  this  particular  frequency  source,  oscilla- 
tion in  its  servo  loop  produced  a  corresponding  irregular 
oscillation  in  the  beam  current  as  observed  on  the  dc 
meter.  The  manual  measurement  of  this  source  showed  a 
consistent  error  of  4X10~U  compared  to  a  measurement 
not  requiring  the  visual  averaging  of  these  oscillations. 
No  measurable  errors  of  this  type  have  been  found  with 
more  recent  standards  of  this  type  or  other  frequency 
sources. 

Other  possible  sources  of  error  which  have  been  in- 
vestigated and  found  to  make  no  measurable  contribu- 
tion to  the  inaccuracy  of  manual  measurements  include 
detuning  of  the  resonant  cavity,  variations  in  the  micro- 
wave power  level,  changes  in  the  beam  geometry  and 
individual  operator  bias. 

The  figure  of  accuracy  for  a  given  manual  measure- 
ment will  depend  upon  the  above  estimates  and  the  pre- 
cision of  the  particular  measurement.  If  we  make  the 
reasonable  assumption  that  the  above  sources  of  error 
are  independent  and  use  8X10-12  as  the  precision  (typi- 
cal of  a  30-minute  measurement),  the  over-all  estimate 
of  accuracy  would  be  the  square  root  of  the  sum  of  the 
squares  of  the  separate  estimates  or  about  +  1X10-11. 
If  the  measurement  time  extends  over  several  days  or 
if  the  measured  source  is  unusually  stable  over  the 
measurement  period,  it  has  been  found  possible  to 
achieve  a  precision  of  2X10-12  with  a  corresponding 
improvement  in  the  accuracy  estimate  to  6X10-12.  An 
external  estimate  of  the  accuracy  can  be  obtained  by 
measuring  the  actual  frequency  difference  between  two 
similar  atomic  standards.  If  6X10-12  is  considered  to 
be  the  accuracy  for  both  NBS  I  and  NBS  II,  the  meas- 
ured difference  would  not  be  expected  to  be  much  larger 
than  the  standard  deviation  associated  with  the  differ- 
ence frequency  or  8.5  X10-12.  The  actual  measured 
difference  of  (1.6 ±0.4)  X  10~u  or  nearly  two  standard 
deviations  could  be  expected  with  only  about  5  per  cent 
probability  as  a  result  of  random  sampling.  In  view  of 
this  apparent  inconsistency  between  the  internal  and 
external  estimates  and  because  of  the  possible  existence 
of  sources  of  error  not  yet  recognized  the  la'rger  external 
estimate  of  0.707  X  1.6  X  lO"11  or  1. 1  X  10"11  is  considered 
a  more  appropriate  accuracy  figure  with  respect  to  fo 
for  the  manual  measurement  technique.  Considerable 
confidence  in  this  estimate  has  been  gained  during  the 
past  3  years  in  view  of  the  fact  that  the  measured  dif- 
ference between  NBS  I  and  II  of  1.6X10-11  has  re- 
mained within  a  few  parts  in  1012  in  spite  of  major 
changes  in  the  magnetic  shielding  and  method  of  pro- 
ducing the  C  field  for  both  standards  and  replacement 
of  the  end  sections  of  the  resonant  cavity  in  NBS  I. 

Possible  sources  of  measurement  error  for  the  servo 
mode  of  operation  include  most  of  those  already  dis- 
cussed for  the  manual  case,  plus  effects  associated  with 


parameters  of  the  servo  system  electronics.  The  only 
error  sources  characteristic  of  the  manual  system  which 
are  not  applicable  to  the  servo  measurements  are  those 
of  individual  operator  bias  and  effects  of  averaging  beam 
variations  by  eye.  The  previously  determined  estimates 
of  accuracy  of  5X10-12  and  2X10-12  for  C-field  uncer- 
tainties and  phase  difference,  respectively,  should  apply 
directly  for  the  servo  method  also.  The  problem  of  the 
spectral  purity  of  the  radiation  becomes  much  more 
complex  for  the  servo  case,  since  knowledge  of  the 
spectrum  is  generally  not  sufficient  for  predicting  the 
existence  or  magnitude  of  any  frequency  shifts.  Meas- 
urements to  check  for  possible  dependence  of  the  fre- 
quency on  cavity  detuning  and  microwave  power  level 
were  performed  using  the  servo  as  well  as  the  manual 
technique  in  order  to  take  advantage  of  the  higher  pre- 
cision capability  of  the  servo  system.  Detuning  of  the 
resonant  cavity  by  approximately  1  Mc  produced  a 
shift  of  1X10-12 — well  within  the  measurement  preci- 
sion. Variation  of  the  microwave  power  level  from  0.5 
to  2.0  mw  produced  no  significant  frequency  shift.  This 
data  is  plotted  in  Fig.  5.  The  vertical  bars  at  each  point 
in  this  graph,  as  well  as  in  the  succeeding  ones,  represent 
the  measurement  precision  in  the  sense  defined  previ- 
ously. 


DEPENDENCE  OF  SERVO  N°  2  FREQUENCY 
ON  MICROWAVE  POWER  LEVEL 
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Fig.  5 — Dependence  of  Servo  No.  2  frequency 
on  microwave  power  level. 


Over  a  period  of  several  months  detailed  investiga- 
tions were  made  to  determine  to  what  extent  9  param- 
eters of  the  servo  system  electronics  might  affect  the  fre- 
quency at  which  the  controlled  oscillator  is  locked.  In 
each  experiment  the  parameter  under  investigation  was 
varied  over  as  wide  a  range  as  possible  while  observing 
changes  in  the  controlled  oscillator  frequency  /s  relative 
to  one  of  the  secondary  standard  sources.  Since  the  reli- 
ability of  each  experiment  was  rather  strongly  depend- 
ent upon  the  extent  to  which  the  secondary  standard 
frequency,  used  as  a  reference,  remained  stable  over  the 
period  of  the  measurements  (usually  several  hours), 
great  care  was  taken  to  select  the  particular  secondary 
standard  whose  frequency  was  the  most  stable  at  the 
particular  time  as  determined  in  most  cases  from  auxi- 
liary measurements.  Both  of  the  rubidium  vapor  stand- 
ards and  a  commercial  cesium  beam  standard  were  used 
at  various  times  and,  as  a  result  of  this  careful  selection 
procedure,  the  reference  frequency  could  usually  be  de- 
pended on  to  remain  within  a  few  parts  in  1012  over  the 
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necessary  time  interval.  In  most  cases  at  least  one  data 
point  was  rechecked  to  guard  against  erroneous  conclu- 
sions being  formed  due  to  drift  of  the  reference  fre- 
quency. Results  of  these  experiments  are  plotted  in  Figs. 
6-17.  In  each  curve  the  parameter  being  studied  is 
plotted  along  the  X  axis  and  the  relative  frequency  of 
the  controlled  oscillator  in  parts  in  1012  is  plotted  along 
the  Y  axis.  The  straight  lines  drawn  in  are  not  least- 
squares  fits  to  the  data,  but  rather  attempts  to  visually 
fit  lines  of  zero  slope  to  the  data  that  are  reasonably 
consistent  with  the  measurement  precisions. 

Fig.  6  shows  the  dependence  of  the  servo  frequency  on 
the  amount  of  frequency  correction  applied  to  the  servo 
oscillator  when  the  loop  is  closed.  The  computed  cor- 


DEPENDENCE  OF  SERVO  N9.2  FREQUENCY  ON 
AMOUNT  OF  FREQUENCY  CORRECTION 
APPLIED  TO  SERVO  OSCILLATOR 


DEPENDENCE  OF  SERVO  NS.2  FREQUENCY 
ON  MAIN  AMPLIFIER  GAIN 
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Fig.  6 — Dependence  of  Servo  No.  2  frequency  on  amount  of 
frequency  correction  applied  to  servo  oscillator. 


Fig.  9 — Dependence  of  Servo  No.  2  frequency  on 
main  amplifier  chain. 


DEPENDENCE  OF  SERVO  NO  2  FREQUENCY 
ON  BANDWIDTH 
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Fig.  10 — Dependence  of  Servo  No.  2  frequency  on  bandwidth. 
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DEPENDENCE  OF  SERVO  NS.  2  FREQUENCY  ON 
AMOUNT  OF  FREQUENCY  CORRECTION 
APPLIED  TO  PHASE- LOCKED  KLYSTRON 


FREQUENCY  CORRECTION  APPLIED  TO 
PHASE-LOCKED  KLYSTRON -Mc 


Fig.  7 — Dependence  of  Servo  No.  2  frequency  on  amount  of 
frequency  correction  applied  to  phase-locked  klystron. 


DEPENDENCE  OF  SERVO  N°  2  FREQUENCY 
ON  DETUNING  OF  THE  MULTIPLIER 
CHAIN  FIRST  STAGE 
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PERCENTAGE  REDUCTION  OF  CHAIN  OUTPUT  POWER 
DUE  TO  Is1  STAGE  DETUNING 

-Dependence  of  Servo  No.  2  frequency  on  detuning 
of  the  multiplier  chain  first  stage. 


Fig.  11 — Dependence  of  Servo  No.  2  frequency  on 
supply  voltage  to  rack. 


DEPENDENCE  OF  SERVO  NO.  2  FREQUENCY  ON 

PEAK  FREQUENCY  DEVIATION  OF  37  i  C/S 
MODULATION  WITHOUT  2N0  HARMONIC  FILTER 
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Fig.  12 — Dependence  of  Servo  No.  2  frequency  on  peak  frequency 
deviation  of  Zl\  cps  modulation  without  2nd-harmonic  filter. 


DEPENDENCE  OF  SERVO  N8.2  FREQUENCY  ON 
PEAK  FREQUENCY  DEVIATION  OF  37  ±  C/S 
MODULATION  WITH  2«°  HARMONIC  FILTER 


PEAK  FREQUENCY  DEVIATION  OF 
37±  C/S  MODULATION-c/5 


Fig.  13 — Dependence  of  Servo  No.  2  frequency  on  peak  frequency 
deviation  of  37j  cps  modulation  with  2nd-harmonic  filter. 
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DEPENDENCE  OF  SERVO  Nfi.  2  FREQUENCY 
ON  PHASE  SHIFT  WHEN  2"°  HARMONIC 
FILTER  IS  NOT  USED 


PHASE  SHIFT  IN  DEGREES 


Fig.  14 — Dependence  of  Servo  No.  2  frequency  on  phase 
shift  when  2nd-harmonic  filter  is  not  used. 


DEPENDENCE  OF  SERVO  N2  2  FREQUENCY 

ON  PHASE  SHIFT 
WHEN  2ND  HARMONIC  FILTER  IS  USED 
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PHASE  SHIFT  IN  DEGREES 

Fig.  15 — Dependence  of  Servo  No.  2  frequency  on  phase 
shift  when  2nd-harmonic  filter  is  used. 


DEPENDENCE  OF  SERVO  NS.  2  FREQUENCY  ON 
MODULATION  FREQUENCY 
WITHOUT  2M>  HARMONIC  FILTER 


MODULATION  FREQUENCY  C/S 


Fig.  16 — Dependence  of  Servo  No.  2  frequency  on  modulation 
frequency  when  2nd-harmonic  filter  is  not  used. 


DEPENDENCE  OF  SERVO  NS.  2  FREQUENCY  ON 
MODULATION  FREQUENCY  WHEN 
2«°  HARMONIC  FILTER  IS  USED 


MODULATION  FREQUENCY  C/S 


Fig.  17 — Dependence  of  Servo  No.  2  frequency  on  modulation 
frequency  when  2nd-harmonic  filter  is  used. 


relation  coefficient  r  for  this  data  is  0.18.  Since  a  value 
of  r  this  large  or  larger  would  be  expected  in  20  per  cent 
of  similar  measurements  as  a  result  of  random  sampling 
from  an  uncorrelated  population,  r  is  not  significantly 
different  from  zero. 

Fig.  7  shows  the  result  of  a  similar- type  experiment 
involving  in  this  case  the  amount  of  frequency  correc- 
tion applied  to  the  phase-locked  klystron  when  its  loop 
is  closed.  Although  the  measurement  precisions  were 
lower  than  normal  for  this  experiment,  a  conclusion  of 
no  observable  dependence  on  this  parameter  seems  rea- 
sonable. 

Fig.  8  presents  the  results  of  detuning  the  input  stage 
of  the  (10-270)-Mc  multiplier  chain  by  equal  amounts 
on  each  side  of  the  maximum-signal  position.  Since  the 
input  stage  is  coupled  rather  directly  to  the  (5-10)-Mc 
doubler  output  tank  circuit  where  the  phase  modulation 
of  fs  takes  place,  it  was  felt  that,  except  for  the  10-Mc 
doubler  output  tank  circuit  itself,  frequency  errors  due 
to  mistuning  would  be  more  severe  in  this  stage  than  in 
any  other  part  of  the  chain.  The  correlation  coefficient 
is  0.32,  a  value  that  would  be  exceeded  in  only  15  per 
cent  of  such  cases.  However,  when  the  data  was  divided 
rather  randomly  into  3  groups  and  r  was  computed 
separately  for  each  group,  all  3  values  of  r  were  not  of 
the  same  sign.  This  result,  together  with  the  knowledge 
that  the  computed  r  values  tend  to  be  too  large  due  both 
to  sampling  effects  and  instability  of  the  reference  fre- 
quency, lend  support  to  a  conclusion  of  no  significant 
correlation  in  this  case. 

The  parameter  of  interest  in  Fig.  9  is  the  gain  of  the 
main  servo  system  amplifier,  which  is  sharply  tuned  to 
the  modulation  frequency  of  37.5  cps.  The  correlation 
coefficient  of  0.29  for  this  data  again  is  not  unreasonable 
as  a  result  of  random  sampling,  especially  in  view  of  the 
result  that  division  of  the  data  into  3  subgroups  pro- 
duces 2  very  small  values  of  r  and  1  larger  value.  The 
sign  of  all  three  values  of  r  is  the  same,  however,  so  that 
this  may  be  considered  a  borderline  case  with  respect  to 
whether  significant  correlation  exists. 

Fig.  10  involves  the  dependence  of  the  controlled 
oscillator  frequency  on  the  bandwidth  of  the  main  am- 
plifier. Considering  all  the  data  plotted,  the  correlation 
coefficient  is  0.40.  A  significant  correlation  would  then 
seem  to  be  indicated,  since  only  4  per  cent  of  such  ex- 
periments would  produce  r  values  this  high  as  a  result  of 
the  random  sampling.  However,  there  is  some  basis  for 
disregarding  the  point  for  a  bandwidth  of  13.8  cps,  be- 
cause in  this  case  a  significant  amount  of  60-cps  signal, 
which  may  be  detrimental  to  the  system  in  several  re- 
spects, is  allowed  to  be  amplified.  If  r  is  redetermined 
neglecting  this  point,  a  much  smaller  value  of  0.08  is  ob- 
tained, which  is  much  more  consistent  with  a  hypothesis 
of  zero  correlation. 

The  next  parameter  to  be  considered  is  the  nominal 
115-volt  supply  voltage  to  the  rack  containing  the  low- 
frequency  portion  of  the  servo  system.  Included  in  this 
rack  are  the  5-Mc  oscillator,  (5-10)-Mc  doubler  with 
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modulator,  main  servo  amplifier,  chopper-demodulator 
and  operational  amplifier.  Results  obtained  by  using  an 
adjustable-output  line  voltage  regulator  to  vary  the 
supply  voltage  from  105  to  120  volts  are  shown  in  Fig. 
11.  This  again  seems  to  be  somewhat  of  a  borderline 
case,  since  the  r  value  of  0.26  could  be  expected  only  6 
per  cent  of  the  time,  due  to  random  sampling  from  an 
uncorrelated  population.  Efforts  to  obtain  more  com- 
plete data  of  this  type  have  been  unsuccessful  thus  far 
because  of  higher-than-normal  instabilities  in  the 
secondary  standards. 

Fig.  12  shows  the  significant  dependence  of  the  servo 
frequency  on  the  peak  frequency  deviation  of  the  37.5- 
cps  modulation  for  the  case  when  components  at  the 
second  harmonic  frequency  of  75  cps  are  present  in  the 
modulating  signal  at  too  high  a  level.  The  situation,  with 
respect  to  second-harmonic  shifts,  is  complicated  by  the 
fact  that  the  amount  of  frequency  error  produced  will 
in  general  depend  on  the  phase  as  well  as  the  amplitude 
of  the  75-cps  component.  Although  second-harmonic 
components  may  arise  from  several  different  sources  in 
the  system,  the  most  likely  origin  is  in  distortion  of  the 
37.5-cps  modulating  signal.  The  servo  circuits  do  not 
permit  the  fundamental  peak  frequency  deviation  to  be 
changed  without  simultaneously  affecting  the  second 
harmonic  frequency  deviation;  consequently,  according 
to  theory,  the  resultant  frequency  shift  would  be  ex- 
pected to  depend  on  the  setting  of  the  peak  frequency 
deviation  control.  Assuming  this  mechanism  to  be  of 
major  importance,  an  attenuating  filter  network  tuned 
to  the  second  harmonic  frequency  was  inserted  in  the 
system  between  the  oscillator  that  modulates  the  vari- 
cap  and  the  phase  modulator.  The  experiment  was  then 
rerun  with  the  results  shown  in  Fig.  13.  The  correlation 
coefficient  for  this  data  is  only  0.15  so  that  the  correla- 
tion with  the  second-harmonic  filter  is  no  longer  signifi- 
cantly different  from  zero. 

Figs.  14  and  15  show  a  similar  effect  with  respect  to 
dependence  of  the  frequency  on  the  relative  phase  of  the 
37.5-cps  component  from  the  beam  detector.  Again  in 
this  case  the  frequency  dependence  is  significantly  re- 
duced by  the  second-harmonic  filter,  although  certainly 
not  eliminated  completely.  The  r  value  of  0.50  for  the 
measurements  with  the  filter  would  result  from  chance 
in  less  than  0.2  per  cent  of  similar  cases.  With  reasonable 
assumption  about  the  phase  of  the  second  harmonic, 
calculation  shows  that  a  second-harmonic  distortion  of 
0.2  per  cent  would  be  sufficient  to  produce  the  depend- 
ence observed.  The  normal  measurement  procedure 
with  the  servo  system  in  which  the  phase  shifter  is  ad- 
justed for  maximum  observed  signal  insures  that  any 
frequency  error  produced  will  not  be  very  large,  al- 
though it  will  also  almost  certainly  not  equal  zero. 

If  second-harmonic  distortion  of  the  modulating 
audio  signal  is  present  due  to  distortion  in  the  oscillator, 
then  one  might  also  expect  resultant  frequency  shifts  to 
depend  on  the  modulation  frequency.  This  effect  with 
the  filter  out  and  in  is  shown  in  Figs.  16  and  17,  respec- 


tively. The  effect  of  the  filter  is  not  as  pronounced  in  this 
case  as  for  the  other  parameters.  The  r  value  of  0.19  for 
the  data  with  filter  has  a  reasonable  expectation  (26  per 
cent)  of  being  exceeded  as  a  result  of  random  sampling 
from  an  uncorrelated  population. 

The  determination  of  an  over-all  internal  estimate 
of  accuracy  for  the  servo  system  based  on  the  data  dis- 
cussed is  made  difficult  by  the  uncertainties  associated 
with  the  interpretation  of  the  correlation  results.  From  a 
general  consideration  of  Figs.  6-17,  however,  it  would 
seem  unlikely  that  errors  of  more  than  a  few  parts  in  1012 
should  arise  due  to  the  servo  system  parameters.  As- 
suming a  measurement  precision  of  1  X10~12  (typical  of 
1-hour  averages)  and  combining  the  various  estimates  of 
error  as  we  did  for  the  manual  case,  the  internal  estimate 
of  accuracy  for  servo  measurements  is  about  6  X  10~12.  It 
should  be  noted  that  for  measurement  times  of  1  hour  or 
longer  the  precision  of  measurement  makes  an  insignifi- 
cant contribution  to  the  accuracy  estimate. 

Two  methods  are  available  with  the  NBS  systems  for 
obtaining  an  external  estimate  of  any  inaccuracies  due  to 
the  servo  system  parameters  alone.  First,  careful  com- 
parisons have  been  made  of  the  measured  frequencies  of 
a  stable  source  as  determined  by  both  the  manual  and 
servo  methods.  The  measured  discrepancy  is  (0  +  3) 
X  10~12.  Second,  the  difference  between  two  independent 
servo  systems  of  similar  design  has  been  measured  (us- 
ing second-harmonic  filters  in  both  systems)  and  found 
to  be  (4  +  3)  X 10-12.  In  both  of  these  methods  errors  due 
to  C-field  uncertainties  and  phase  difference  in  the 
resonant  cavity  do  not  enter  in  since  they  will  be  the 
same  for  all  measurements.  These  latter  comparisons 
then  appear  to  substantiate  the  earlier  conclusion  that 
any  additional  contributions  to  inaccuracy  above  those 
present  in  the  manual  technique  are  less  than  a  few 
parts  in  1012. 

Since  the  accuracy  figure  for  the  manual  case  has  been 
conservatively  estimated  to  be  about  1.1  X10-11,  how- 
ever, the  small  additional  contribution  from  the  servo 
parameters  is  relatively  insignificant  and  for  all  prac- 
tical purposes  the  two  methods  of  measurement  may  be 
assumed  to  be  equally  accurate. 

Conclusion 

Based  on  several  years  experience,  both  the  manual 
and  servo  measurement  systems  have  proved  highly 
dependable.  Careful  analysis  of  both  systems  has 
shown  that  the  very  significant  advantages  of  the  servo- 
type  measurements  in  terms  of  convenience  of  operation 
and  precision  of  measurement  can  be  utilized  with  no 
significant  sacrifice  of  accuracy.  In  view  of  the  demon- 
strated frequency  shifts  that  may  occur  under  certain 
operating  conditions  of  the  servo  system,  however,  it  is 
recommended  that  any  such  system  to  be  used  with  a 
primary  frequency  standard  should  be  thoroughly 
evaluated  before  being  put  to  routine  use,  and  that 
periodic  comparisons  with  manual  measurements  should 
continue  after  the  system  is  in  regular  operation. 
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Some  Causes  of  Resonant  Frequency  Shifts  in  Atomic  Beam  Machines. 
I.  Shifts  Due  to  Other  Frequencies  of  Excitation 
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The  quantum  theory  of  an  atomic  beam  machine  is  set  up  in  matrix  form.  A  new  method  is  then  used  to 
derive  the  Bloch-Siegert  shift  in  the  resonance.  The  results  are  extended  to  the  case  of  Ramsey-type  excita- 
tion. Finally  the  Bloch-Siegert  shift  is  computed  for  the  present  atomic  beam  frequency  standards  and  found 
to  be  well  below  the  accuracy  of  measurement. 


1.  INTRODUCTION 

IN  the  analysis  of  line  shapes  to  be  expected  from 
atomic  beam  resonance  experiments  it  has  been 
customary  to  assume  a  special  form  for  the  matrix  of 
the  interaction  which  makes  the  resulting  equations 
easy  to  solve  [reference  1,  Eq.  V.  2~\.  These  equations 
lead  to  expressions  for  the  line  shape  agreeing  with 
experiment.  The  effects  of  including  other  terms  in  the 
actual  interaction  have  been  discussed  by  Bloch  and 
Siegert,2  Stevenson,3  and  others,4  and  summarized  in 
Ramsey's  book.1  In  the  case  of  magnetic  resonance  the 
usual  approximation  corresponds  to  a  rotating  (circu- 
larly polarized)  excitation  field,  although  oscillating 
(linearly  polarized)  fields  are  used  in  experiments.  The 
effect  of  the  antirotating  component  of  an  oscillating 
field  has  been  found  to  be  a  normally  negligible  shift  in 
the  resonance  frequency.  A  similar  shift  would  be  ex- 
pected in  observing  the  resonance  in  cesium  used  as  a 
standard  of  frequency.  Because  of  the  high  accuracy  to 
which  this  frequency  can  be  determined,  the  present 
calculations  were  undertaken  to  determine  this  shift 
quantitatively  for  the  cesium  beam  machine  now  used 
as  the  U.  S.  standard  of  frequency. 

Although  the  analytical  results  here  reported  have 
been  obtained  by  others,  the  methods  are  somewhat  dif- 
ferent from  those  in  the  literature.  In  Sec.  2  the  approxi- 
mate equations  for  the  state  amplitudes  are  obtained 
from  the  exact  ones  by  a  simple,  but  general,  method. 
A  concise,  but  readily  interpretable  notation  is  used. 
The  Rabi  line  shape  is  obtained  quickly  from  these 
equations.  Section  3  outlines  a  general  method  for 
treating  rapidly  oscillating  perturbations  and  applies 
it  to  the  equations  of  Sec.  2.  This  method  is  shorter  than 
that  of  Bloch  and  Siegert,2  but  about  comparable  to  the 
method  of  Stevenson3  in  labor  required.  Another  method 
is  indicated  in  the  Appendix.  The  first-order  solution 
for  the  amplitude  is  given  in  full.  Section  4  derives  the 
Ramsey  line  shape  for  separated  oscillating  fields, 
showing  what  happens  to  shifts  present  in  the  Rabi 
line  shape.  The  physical  situation  treated  corresponds 


1 N.  F.  Ramsey,  Molecular  Beams  (Oxford  University  Press, 
London,  1956). 

2  F.  Bloch  and  A.  Siegert,  Phys.  Rev.  57,  522  (1940). 

3  A.  F.  Stevenson,  Phys.  Rev.  58,  1061  (1940). 

4  S.  Autler  and  C.  H.  Townes,  Phys.  Rev.  100,  703  (1955). 


more  closely  to  the  experimental  case  than  that  treated 
by  Ramsey5  but  is  no  more  difficult  to  work  out. 
Finally,  the  resonant  frequency  shifts  due  to  the  anti- 
rotating field  are  evaluated  numerically  for  the  two 
cesium  beam  standards  at  the  National  Bureau  of 
Standards. 

2.  THE  RABI  LINE  SHAPE 

Consider  a  quantum-mechanical  system  having  two 
states  of  energies  E\  and  E2.  Let  ah  a2  be  the  respective 
probability  amplitudes  that  the  system  is  in  one  of 
these  states.  Let  an  oscillatory  perturbation  propor- 
tional to  cosw<  be  applied  to  the  system  from  time  to  to 
time  /o+r.  Call  the  matrix  elements  of  the  perturbation 
connecting  the  two  states  2c  and  the  diagonal  elements 
2d  and  2f.  Assume  that  the  matrix  elements  to  any 
other  states  are  zero.  The  Hamiltonian  of  the  system 
is  then: 

(Ex    0\    /2d  2c\ 
H=[  )+(  Icosco/. 

\0    E2J    \2c  2fJ 

Since  factors  of  the  form  eiH  in  the  amplitudes  have 
no  effect  on  the  probabilities  it  is  convenient  to  factor 
them  out  ahead  of  time  so  they  do  not  clutter  our 
equations  later  on.  We  define  new  probability  ampli- 
tudes a  =  aiei"t,  $=a2eivt.  Using  these  as  a  basis  the 
Hamiltonian  becomes6 : 

0    \    /     d  ceH*-y)t\ 
(  )+(  W»4-e-»0. 

\    0      E2-vl    W^-""     /  / 

By  choosing  v=u  part  of  the  perturbation  matrix 
becomes  time-independent.  By  choosing  y.-\-v=Ei-\-E2 
the  time-independent  part  of  the  Hamiltonian  H0 
becomes  traceless,  and  hence  has  eigenvalues  ±p.  The 
remaining  time-dependent  part  of  the  Hamiltonian 
Hi  is  treated  as  a  perturbation.  Substituting 
M=M£i+£2+«)  and  v  =  ^(El+E2-u)  and  the  ab- 


6N.  F.  Ramsey,  Phys.  Rev.  100,  1191  (1955).  Compare  also 
N.  F.  Ramsey,  "Shapes  of  Molecular  Beam  Resonances,"  in 
Recent  Research  in  Molecular  Beams,  edited  by  I.  Estermann 
(Academic  Press  Inc.,  New  York,  1959),  pp.  115-117. 

6  To  avoid  unnecessary  letters  in  the  equations,  h=  1  throughout 
this  report.  Thus  energy  and  frequency  have  the  same  dimensions. 
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breviations  wc—Ei— E2,  A  =  (co— w0)/2: 

H"=C  a)' 

(2d  cosul      ce'2"'  \ 
cer^t  2/cosw// 

Note  that  HQ  contains  part  of  the  effects  of  the  pertur- 
bation, in  fact  the  major  part.  For  w>t>c  the  effect  of  Hi 
is  very  small.  Neglecting  Hi  is  equivalent  to  the  so- 
called  rotating  field  approximation.7  However,  the 
present  formulation  is  independent  of  whether  or  not 
the  concept  of  a  rotating  excitation  field  has  any  physi- 
cal meaning. 

Neglecting  Hi  the  solution  of  the  Schrodinger  equa- 
tion is 

where 

g-iH0((-*o)  =  cos^(7_;0)i_  (i/p)  Smp(t-t0)H0. 

If  at  t=to  the  system  is  in  the  state  1,  a(/0)  =  l  and 
@(t0)  =  0.  Then  the  solution  is: 


A 

cosp  (t—  to)-\-i —  sin/;  (t— to) 
P 

c 

—i—  €\np{t— 10) 
P 


Note  that  a  and  j3  oscillate  with  frequency  p.  The 
probability  that  a  transition  has  occurred  by  the  time 
to+T  is  |/3 1 2=  (c2/p2)  siri2pT.  From  det  H0  we  find 
p2=c2-\-A2.  Hence, 

c2 

|/3|2  =  sin2(c2+A2)*r 

c2+A2 

sin2[(2c)2+(co-o;o)2]KT/2) 
l+(o)-a)0)2/(2C)2 

the  usual  formula  for  the  Rabi  line  shape  preference  1, 
Eq.  V.  10].  For  appreciable  transition  probability 
A= order  of  c,  so  o>»/>;  i.e.,  Hi  oscillates  rapidly  com- 
pared to  the  solution  neglecting  it.  Its  effect  on  a,(3 
should  be  slight  when  averaged  over  a  few  cycles  of  ojl. 

3.  EFFECT  OF  RAPIDLY  VARYING  PERTURBATION 

The  inclusion  of  Hi  in  the  Schrodinger  equation  has 
two  effects.  One  is  the  production  of  a  Fourier  series  in 
cot.  The  rapidly  oscillating  terms  are  not  observed  ex- 
perimentally and  they  average  to  zero.  The  second  effect 
is  a  change  in  the  frequency  of  the  unperturbed  solution 
from  p  to  q=p(l-\-\).  This  effect  is  important,  as  it 
may  result  in  a  shift  of  the  maximum  of  the  resonance 

7  For  a  spin  §  particle  in  a  rotating  magnetic  field,  H0  here  is 
identical  with  X'  in  H.  Salwen,  Phys.  Rev.  99,  1274  (1955). 


line  shape.  This  form  of  solution  is  suggested  by 
Floquet's  theorem8  for  second-order  differential  equa- 
tions with  periodic  coefficients  such  as  are  satisfied  by 
a,  /3,  where  iq  corresponds  to  the  characteristic  exponent. 

To  determine  an  approximate  solution  when  Hi  is 
included,  we  use  an  iteration  method  similar  to  ordinary 
perturbation  theory,  but  modified  to  permit  the  shift 
from  p  to  q  in  the  slowly  varying  part  of  the  solution. 
We  write  the  Schrodinger  equation  as 

i  (d/dtya  =  H0(l  +  \)*+(H1- \H0)* 

and  take  the  second  half  to  be  of  smaller  order.  Write 
^  =  •^0+^1+^2+  •  •  •  and  \=A2+X3+  ....  Sub- 
stitute and  equate  parts  of  the  equation  of  the  same 
order  (order  equals  the  sum  of  subscripts  in  any  one 
term) 

i(d/dt)y0=H0(l+\)V0, 
i(<*M)*i=#o(l+X)*i+#i*o, 

d  n—2 

#o(l  +  X)*»+#l*n-l-E  X„-r#0¥r. 
dt  r-0 

Since  Ho  is  independent  of  t,  the  formal  solution  for  a 
first-order  linear  equation  can  be  used  for  these  matrix 
equations.  Let 

Z7(T)  =  e-iHo(1+X)r=cosgTl—  (i/p)  smqTH0. 

Then  at  to+r : 

*0=Z7(t)¥(*o), 

*i=-W{t)  (  U~l(t)HiMl+to)dt, 
Jo 

J  o 

n— 2 

The  A;  are  chosen  such  that  no  secular  terms  (terms 
proportional  to  t)  appear  upon  integration.  Thus  q  is 
initially  undetermined,  but  becomes  determined  to 
higher  orders  as  the  iteration  progresses.  The  integration 
of  //^o  where  Hi  is  purely  oscillatory  leads  to  no  secular 
terms,  so  \i=0.  The  concept  of  changing  a  dominant 
frequency  to  eliminate  secular  terms  is  essentially  the 
same  as  that  used  in  Lindstedt's  method  for  finding 
periodic  solutions  of  nonlinear  differential  equations. 

In  our  case  where  Hi  oscillates  with  frequency  w»/> 
and  magnitude  c,  the  integration  of  Hi&0  will  result  in 
a  factor  c/co  in  "^i,  thus  making  it  small.  However,  Hi^i 
contains  terms  in  which  the  oscillatory  factors  have 
cancelled  and  upon  integration  yield  a  factor  c/q  which 
is  not  small.  Thus  to  obtain  all  terms  in  the  solution  of 

8  E.  T.  Whittaker  and  G.  N.  Watson,  A  Course  of  Modern 
Analysis  (Cambridge  University  Press,  New  York,  1927),  4th 
ed.,  p.  412. 
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order  c/co  part  of  ^  must  be  computed.  This  peculiarity 
of  the  iteration  procedure  arises  from  the  fact  that  we 
have  equated  orders  in  a  differential  equation  and  the 
orders  of  terms  change  upon  integration.  However, 
this  does  not  invalidate  the  iteration  procedure  for  no 
more  c/w  terms  occur  beyond  ^2-  In  general,  Sl^n  is  of 
order  (c/co)"  and  higher.  The  same  phenomenon  occurs 
in  the  iteration  procedure  used  by  Bloch  and  Siegert, 
disguised  by  the  algebra. 

As  an  example  we  compute  the  lowest-order  effects 
of  two  simple  Hi's.  To  first  order  the  effects  of  several 
such  perturbations  combine  linearly,  so  it  is  only  neces- 
sary to  consider  one  at  a  time.  Consider 


and 


#1 


-(?  I) 

/  0  beiat\ 
\be-mt      0  / 


This  is  a  generalization  of  the  Hi  of  Sec.  2,  which  allows 
us  to  consider  perturbations  at  other  frequencies. 
Let 

a0(r)  =  cosqr+iA/ p  sinqr,  /30(t)=  —ic/p  singr. 
Then 

/a0    —  f30\ 

tf(T)  =  <riff0(l+X)r=(  \ 

U(0)  =  1, 

where  the  bar  denotes  complex  conjugate. 

/ao(r)\  /1\ 
*o(T+t0)  =  [  for   ¥(*„)=  . 

The  exact  integration  of  the  equation  for  is  tedious 
and  yields  terms  of  all  orders.  However,  we  can  easily 
integrate  by  parts  such  that  the  remaining  integral  is  of 
higher  order  and  is  neglected. 


r  rt+">  y  /b\ 

*i(T+to)=-iU(r)yU-1(t)  J       #iW*oO+/o)J  +°y-)> 


=  -iU(r) 


0   giS2(J+(o) 

in 


l-ift 


/«o(0\ 
\8o(0/ 


f-b 


U(t)U-\t) 


_eiO(r+i0)^0(r) 


_g-iS2(r+(o)ao(T) 
ft 


-U{r) 


iSlto 


In 


ft 


_[-e-if2(r+(o)ao(T)_e-ifii05o(T)] 


We  now  seek  the  lowest-order  parts  of  ^2. 


#1*1  (/+*„)  = 


-[a0(t)-eia'a0(t)-] 
ft 

b2 

ft 


ft\  anBn—aodo  I 


to  higher  orders  upon  integration 
&7|ao|2-|/30|2 

aojSo— ao/3o 
A2  c2 

b2 
ft 


We  forget  the  exponential  terms  as  they  contribute  only 
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— I —  cos2qt 


Ac    Ac  ic 

 1  cos2gH — sin2<^ 

f    P2  P 


The  constant  terms  yield  unwanted  secular  terms  upon 
integration.  Therefore,  we  choose  X2  such  that 


A2 

P2 
Ac 

f 


U  commutes  with  H0,  hence 


£?0^(/o)=(  y 


Then 


X2=-62A/fi/>2. 
After  some  more  work 

To  first  order  the  complete  solution  is 


r  b  Vc  ■ 
U — (e'°Vfi(%-<rifl<°/3o)H  /30 


and 


6  62A 
(30+-(e-'a*ao-a0)e-iai<>+  /3„ 


In  the  physical  situation  of  an  atomic  beam  machine 
the  observed  transition  probability  includes  molecules 
entering  the  radiation  field  region  at  all  initial  times  to, 
so  that  an  average  must  be  performed  over  to  (or 
equivalently  over  the  phase  of  radiation  seen  by  enter- 
ing atoms).  This  averaging  eliminates  the  contributions 
of  *i  to  1Jr.  The  resultant  *  can  be  written 


«0" 


A 

i3o-X/30 


+0(X2). 


Actually  the  probabilities  rather  than  amplitudes 
should  be  averaged,  but  the  error  is  of  second  order. 
The  transition  probability  is  now 

\0\2=\-  (ic/p)(l-\)  sin?r|2=  (c2/q2)  sin2?/ 

to  first  order.  To  this  order  the  effect  of  Hi  has  been  to 
replace  p  by  q.  The  central  maximum  of  1 0o\ 2  as  a 
function  of  A  occurs  where  dq/d A=0.  Remembering 
that  p  depends  on  A 

dq/dA=  (A/p)- (62/Jty)+  (62A2/fi/>3). 

Neglecting  the  last  term  the  maximum  is  at 

Are8=62/U 


The  Bloch-Siegert  shift  is  obtained  by  setting  b=c, 
£2=  2o> : 

wres— wo=C2/co. 

For  the  case  of  an  additional  perturbation  at  frequency 
coi  with  amplitude  b : 


3—  «o=  2b2/  (wq— a>i), 


in  agreement  with  Ramsey  [reference  1,  Eq.  V.  17 J. 
Note  that  if  coi  is  a  sideband  caused  by  frequency  modu- 
lation of  oj,  its  effect  is  exactly  canceled  by  the  corre- 
sponding sideband  on  the  other  side  of  the  carrier,  pro- 
vided the  power  spectrum  is  symmetric. 
Next  we  look  for  a  shift  due  to 


Hr- 


d  0 

0  /, 


2  cosw/. 


Such  diagonal  elements  of  the  perturbation  matrix  are 
usually  assumed  to  be  zero.  However,  this  is  not  the 
case  for  c(Aw  =  0)  transitions  induced  by  an  oscillating 
field  parallel  to  the  constant  magnetic  field.  For  then 
the  Hamiltonian  is 


where 


/  hi  5ngH,\ 
\%HgHz      E2  )' 

Hz=Hc-\-Hv  cosw/. 


But  the  transitions  observed  are  not  between  the  zero 
field  levels  Ei,  E2,  but  between  the  levels  with  Hc 
diagonal.  Diagonalizing  the  time  independent  part  of 
the  Hamiltonian  and  then  performing  the  phase  factor- 
ing as  in  Sec.  2  gives 

•A  c\  /2b  cosw/  ce2uo(  \ 
c      A/     \  ce~2iat  -2bcoswtJ 

A=  (a) — o>o)/2, 

W0=[(£i-£2)2+mY#c2]*, 

c=  (E2—Ei)fjLgHv/4coo, 

b=figHcfigHv/4<uo. 

In  actual  practice  £<$Cc 

Returning  to  the  d  and  /  case  we  again  approximate 
the  integration  finding 


where 


*i(/o+t) 


2i 


d[sincor  cosco/0+  (coscor—  1)  sinai/o]ao (t)  " 


sinwT  cosaj/0+  coscot- —  smco/o 


00  (t) 


Averaged  over  to,  ^1  vanishes. 

'  d2(sina)t—  sinw/o)  coswtoo 


4i 

Mi=  

CO 
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(  .       d  ■  \ 

/2^sinco/ —  sinw/oy  cosco^So 


Integration  of  this  gives  no  secular  terms  and 
*2=(W2/w2. 

So  X2=0  and  thus  Hx  is  seen  to  have  no  effect  other 
than  small  high  frequency  oscillations. 

Variations  of  this  method  are  possible,  such  as  trans- 
forming to  a  representation  in  which  H0  is  diagonal. 
The  latter  makes  the  integrations  easier,  but  the  trans- 
formation must  be  inverted  at  the  end  of  the 
computation. 

4.  EFFECT  ON  RAMSEY  LINE  SHAPE 

The  preceding  derivations  apply  to  the  single  oscil- 
lating field  method  of  atomic  beam  spectroscopy.  The 
first-order  effect  is  equivalent  to  replacing  A  by 
A'= A— Su/2,  where  Sco  is  the  Rabi  resonance  frequency 
minus  the  Bohr  frequency.  We  can  easily  use  this  solu- 
tion to  determine  the  shift  observed  with  the  separated 
oscillating  field  method  of  Ramsey.  Let  primes  denote 
that  A  has  been  replaced  by  A'  wherever  it  appears. 
Within  each  oscillating  field  region  of  length  l=vr,~$r  is 
transformed  by 


/a0'  -j80\ 
U'(t)  =  (  ) 
W     So'  J 


In  the  distance  L=vT  between  the  two  oscillating  field 
regions,  b=c=Sco  —  0  and  U  becomes  simply 
/eiAr      0  \ 

\  0  e-*ATJ 

Then  for  an  atom  traversing  the  entire  apparatus,  we 
have 

¥  (r  +  T+  r + to)  =  W  (r)  V(T)U'  (t)¥  (to) , 

„'2/>iAr_|_jg0'2e-iAr 


for 


\ao730VAr+ao7V<riA77 

•W-Q 


The  transition  probability  is : 

|/3|2=  (4c2 /q2)  sin2gr[cos^T  cos  AT 

-  (A'/p')  smqr  sinAr]2. 

Near  the  center  of  the  Ramsey  pattern  A«c  soq=p'~c 

|j3|2~sin22cr[cosAr-  (A'/c)  tancr  sin  AT]2. 
d\p\2/dA=  (sin22cT)2[cosAr-  (A'/c)  tancr  sinAr] 
X[-  T  sinAr-  (1/c)  tancr  sinAr 

-  (A'T/c)  tancr  cosAT], 

For  the  central  maximum  we  set  the  last  factor  equal 
to  zero : 

tanATV     tancr  \  A' 
T    \       cT  )  i 


tancr 


cT 


A  <5a> 

■—  tancrH  tancr. 

cT  2cT 
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For  appreciable  probability  of  transition  2cr~ir/2. 
Also  LS>1  or  T^>t,  hence  c7^>l.  For  small  shifts 
(5w<<Cc)  AT<JCl  and  the  left  side  becomes  just  A.  With 
these  simplifying  assumptions  the  shift  in  the  peak  of 
the  Ramsey  pattern  is : 

tancr  I 

Ci3re3— w0=  5o>. 

ct  L 

Unlike  the  shift  of  the  Rabi  peak,  the  shift  of  the 
Ramsey  peak  depends  on  the  velocity  of  the  atom. 
However,  for  optimum  value  of  c  and  the  most  probable 
velocities,  the  velocity  dependent  factor  is  about  1.2 
and  not  strongly  dependent  on  velocity,  so  about  this 
value  can  be  expected  if  a  velocity  average  were  per- 
formed. This  derivation  also  holds  for  any  other  cause 
of  a  shift  in  the  Rabi  peak,  such  as  that  caused  by 
matrix  elements  to  other  far  away  states,  as  long  as  the 
cause  is  effective  only  in  the  oscillating  field  regions 
and  does  not  make  the  line  asymmetric. 

5.  BLOCH-SIEGERT  SHIFT  FOR  THE  CESIUM 
BEAM  FREQUENCY  STANDARD 

As  a  numerical  example  the  Bloch-Siegert  shift  is 
estimated  for  the  two  cesium  beam  frequency  standards 
currently  operated  at  the  National  Bureau  of  Standards. 
There  are  actually  sixteen  hyperfine  structure  lines  in 
cesium.  However,  in  the  frequency  standards  the  oscil- 
lating field  is  parallel  to  the  C  field,  which  provides  the 
Zeeman  splitting.  Under  these  conditions  only  the  a 
transitions  are  excited.  All  matrix  elements  between 
states  with  different  m  values  vanish.9  For  each  pair 
of  states  with  the  same  m  value  the  two-state  analysis 
of  this  paper  is  valid.  The  observed  spectrum  is  just 
the  superposition  of  the  seven  lines  for  the  seven  pos- 
sible a  transitions.  In  practice  these  lines  are  well 
separated  by  the  order  of  one  hundred  times  the 
Ramsey  linewidth.  As  long  as  they  are  symmetrical 
about  the  center  line,  which  is  used  as  the  standard, 
these  other  lines  should  not  affect  the  position  of  the 
standard  frequency  resonance. 

The  Bloch-Siegert  shift  in  the  Rabi  line  is  from 
Sec.  3,  5a>=c2/cd0.  The  fractional  shift  in  the  Ramsey 
peak  is  then : 

F.S.=  (ores— coo)/o>o=  (tancr/cr)(//L)(c2/W). 

Assuming  the  optimum  value  of  c  we  have  from 
[reference  1,  Eqs.  V.  42,  42a]: 


and  the  linewidth 


2c//a  =  0.6007r 


Ai>  =  0.65a/L. 


Combining 


c  =  0.3007ra//=1.45(Z//)A^ 


8  H.  C.  Torrey,  Phys.  Rev.  59,  293  (1940),  Sec.  II. 
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and 

C7  =  0.3007ra/i>= 0.725 

I  /1.45£A>A2  L/Av\2 
F.S.=  1.22— (  )  =  0.065-(  — )  . 

In  this  form  we  can  use  the  experimental  linewidths 
and  need  not  compute  c.  For  both  machines  1=  1  cm, 
i>o=9.2X109  Cps.  For  NBS  I: 

L=55  cm, 
Ai>  =  300  cps, 
F.S.  =  3.8X10-15. 

For  NBS  II : 

L=  164  cm, 
Ak=120  cps, 
F.S.=  1.8X10"15. 

These  figures  are  to  be  compared  with  the  present  accu- 
racy of  measuring  the  cesium  resonance  frequency  of 
1.7  X10-11.10 

APPENDIX 

Another,  less  general  method  for  obtaining  the  solu- 
tion to  the  Bloch-Siegert  problem  is  one  which  requires 
deducing  the  form  of  the  solution,  and  then  solving  for 
some  undetermined  coefficients.  The  equations  are 
(cf.  Sec.  3) 

ia=  —  Aa+cP+beia% 
ip=Al3+ca-\-be-iQta, 

and  the  initial  conditions  a  (to)=  1,  /3(7o)  =  0.  Letting  the 
subscript  "0"  represent  the  functions  in  Sec.  3  with 
argument  /— 10,  they  satisfy: 

/ao=(-Aao+C/30)(l  +  A), 
/7?o=(cao+A/30)(l+A). 

We  wish  to  add  to  a0,  /30  terms  with  small  coefficients 
which  make  the  equations  satisfied  except  for  small 
terms.  We  note  that  when  a  function  such  as  Aeiata(t) 
is  differentiated,  the  result  contains  a  term  with  a 
factor  0,  that  is,  a  term  with  a  larger  order  coefficient. 
Thus,  to  generate  beiatft  when  a  is  differentiated,  let  us 
add  to  aQ  a  term  Aemfio.  The  derivative  of  this  times 
i  gives         fil80+(ca0+A(30)(l+X)]ein'.  Neglecting  c 

10  R.  C.  Mockler,  R.  E.  Beehler,  and  C.  S.  Snider,  IRE  Trans. 
Instrumentation  1-9,  120  (1960). 


and  A  compared  to  0  we  see  that  if  A  =  —  b/9,,  we 
obtain  bemtf}<s-\- smaller  terms.  Since  /?= /3o+  smaller 
terms,  we  have  thus  satisfied  the  equation  for  a  to 
lowest  order. 

However,  we  have  several  small  terms  left  over. 
Those  containing  factors  e±int  can  be  canceled  by  intro- 
ducing terms  of  higher  order.  But  the  terms  without 
this  factor  must  be  canceled  by  introducing  similar 
terms  with  small  coefficients  into  the  approximate  ex- 
pressions for  a  and  /?.  Thus  we  could  add  Bfio  to  a  and 
perhaps  adjust  B  to  cancel  the  other  terms.  We  cannot 
add  Ca0,  because  this  would  violate  the  initial 
conditions. 

After  mulling  over  such  considerations  we  are  led  to 
a  trial  solution  in  the  form : 

a  =  a»+Ap0em+Bl3o, 
0=po+C(aoe-iat-aO(riat<>)+Dl3o, 

where  A,  B,C,  D  are  undetermined  coefficients  of  order 
b/Q,  and  the  initial  conditions  are  satisfied.  We  substi- 
tute these  expressions  into  the  differential  equations 
and  equate  the  coefficients  of  terms  of  each  order  and 
functional  type.  In  the  a  equation  equating  zero-order 
coefficients  of  (3oeiat  gives  —  9,A  =  b  or  A  =  —  b/tt  as 
noted  previously.  In  the  /3  equation  from  terms  a0e~iat 
we  find  similarly  tiC=b  or  C=b/Q,.  Now  equating  the 
first-order  coefficients  of  a0  and  /30  in  the  two  equations 
we  obtain 

-A\+Bc=bC-cCe-iUt°, 
c\+BA=-AB+cD, 
c\+ACe-iat°+cD=  -  ACe-'Q">, 
AX-cCe-ia">+  AD=A  b+Bc+  AD. 

All  told  we  have  six  equations  in  five  unknown.  How- 
ever, these  equations  are  consistent,  with  solutions: 

X=-b2A/Slf, 

B=  (c/O)  (b2/p2)-  (b/n)e-iQl", 

and 

D=  (Ab2/tlp2)-  (2Ab/cn)e-'^\ 

These  values  give  the  same  solution  as  in  Sec.  3.  Note 
that  the  first-order  coefficients  of  a0e±iSlt,  etc.,  do  not 
cancel.  This  method,  like  the  others,  can  be  carried  to 
higher  order  only  with  greatly  increased  labor  as  more 
undetermined  coefficients  must  be  inserted  and  more 
cross  terms  appear  in  the  expansion. 
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Some  Causes  of  Resonant  Frequency  Shifts  in  Atomic  Beam  Machines.  II.  The 
Effect  of  Slow  Frequency  Modulation  on  the  Ramsey  Line  Shape 
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The  effect  of  slow  frequency  modulation  of  the  exciting  radiation  on  the  Ramsey  line  shape  observed  in 
an  atomic  beam  experiment  is  formulated  theoretically.  It  is  shown  that  the  presence  of  second  harmonic 
in  the  modulation  can  introduce  measurable  frequency  shifts,  whether  observed  directly  or  with  a  servo 
system. 


1.  INTRODUCTION 

IN  attempting  to  build  a  clock  based  on  the  cesium 
resonance  frequency,  a  servo  system  is  often  used 
to  lock  a  crystal  oscillator  to  the  peak  of  the  Ramsey 
line  shape.  The  exciting  radiation  is  frequency  modu- 
lated at  a  slow  rate,  such  that  the  instantaneous  fre- 
quency sweeps  across  the  center  of  the  Ramsey  line. 
The  detector  output  then  contains  a  component  at  the 
modulation  frequency  which  vanishes  when  the  excita- 
tion frequency  coincides  with  a  maximum  (or  minimum) 
of  the  Ramsey  pattern. 

A  closer  analysis  of  this  situation  shows  that  the 
concept  of  sweeping  the  excitation  frequency  across  the 
line  shape  is  physically  erroneous  unless  the  rate  of 
sweep  is  extremely  slow.  If  the  frequency  changes 
slightly  during  the  time  an  atom  is  between  the  two 
oscillating  field  regions,  the  atom  sees  a  phase  shift 
upon  entering  the  second  oscillating  field  region.  Such 
phase  shifts  produce  quite  different  line  shapes.1  As  the 
apparent  phase  shift  oscillates  with  the  modulation,  the 
line  shape  oscillates  among  its  various  forms  for  the 
corresponding  phase  shifts.  For  sinusoidal  modulation 
the  line  shape  has  a  time  dependence  which  is  readily 
Fourier  analyzed  into  components  at  multiples  of  the 
modulation  frequency.  The  servo  system  looks  only  at 
the  fundamental  component  of  this  series,  adjusting 
the  excitation  frequency  to  minimize  the  amplitude  of 
this  component.  Calculations  indicate  that  this  com- 
ponent vanishes  at  the  Bohr  frequency  in  the  case  of 
pure  sinusoidal  modulation.  However,  if  harmonics  are 
present  in  the  modulation,  the  fundamental  component 
may  vanish  at  a  slightly  different  frequency. 

An  approximate  analysis  is  carried  out  to  determine 
the  effect  on  the  Ramsey  line  shape  of  a  slow,  but  other- 
wise arbitrary  phase  modulation.  The  results  are  applied 
to  pure  sine- wave  modulation  and  then  to  modulation 
including  a  small  amount  of  second  harmonic. 

2.  ANALYSIS  FOR  ARBITRARY  PHASE 
DEPENDENCE 

The  derivation  of  the  line  shape  for  unmodulated 
excitation  has  been  discussed  in  a  previous  paper.2 


1  N.  F.  Ramsey,  Molecular  Beams  (Oxford  University  Press, 
New  York,  1956),  p.  131. 

2  J.  H.  Shirley,  J.  Appl.  Phys.  34,  783  (1963),  preceding  article. 
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Reference  should  be  made  to  Sec.  2  of  that  paper  for  the 
formulation  and  notation  used.  In  the  derivation  of  the 
Rabi  line  shape  let  us  replace  cosco/  by  cos[ut-\-<f>(t)^. 
Carrying  out  the  same  procedure  as  in  reference  2  we 
find  the  same  expression  for  HQ,  except  that  A  has  been 
replaced  by 

A'=[w+<KO-«o]/2. 

This  depends  on  time,  but  we  now  make  the  assumption 
that  the  change  in  <j>  during  the  oscillating  field  region 
transit  time  r  is  negligible  compared  with  the  Rabi 
linewidth.  (In  a  typical  case  A<j>/c  is  the  order  of  10-4 
to  10~5.)  In  the  oscillating  field  regions  we  then  treat 
4>  as  constant,  that  is,  <£(/o+t)  =  <£(/o). 

For  Ramsey  excitation  we  take  the  time  dependence 
of  <j>  into  full  account  in  the  interim  between  the  two 
oscillating  field  regions.  In  the  first  oscillating  field 
region  we  use  in  the  U  matrix 

A:=A+f<£(*o), 

in  the  second, 

A2=A+§<K*o+r). 

In  between,  AT  is  replaced  by  Ar+|<>0,  where 
5<£  =  <£(/o+r)— <j>(to)  is  the  apparent  phase  shift  for  an 
atom  entering  at  time  to  and  traversing  the  apparatus 
in  time  T.  Combining  the  transformation  matrices  as 
in  Sec.  4  of  reference  2  the  transition  amplitude  of  the 
Ramsey  pattern  becomes 

/3=ci<A2'+i4^ao(A1)/80(A2)+e-i^T+*s*)/8o(A1)5o(A2). 

Written  out  in  full  this  expression  becomes  somewhat 
unwieldy.  Over  the  central  peak  of  the  Ramsey  pattern, 
however,  A«c  whenever  t«T  or  /<<CL.  To  first  order 
in  A  and  0 

|/3|2=4  sin22cr { 1  +  [cos2 AT- 2 (A/e)  sin2Ar  tancr] 
XcosS</>-[sin2Ar+2(A/c)  cos2Ar  tancr] 
Xsin60—  (c_1  sin2AT  tancr)5w  cos§0 

—  (c_1  cos2AT  tancr)5w  sin5<£}, 

where  5o>  =  |[</>(/o)+0(*o+r)].  Note  that  unless  02 
terms  are  included  the  transition  probability  depends 
on  <f>  only  through  the  apparent  phase  shift  5<j>  and  the 
average  frequency  deviation  du.  These  depend  on  par- 
ticle velocities  through  T,  and  on  laboratory  time 
through  tQ. 

If  we  observe  the  line  shape  over  an  extended  period 
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of  time,  we  see  |/?|2  averaged  over  the  entrance  times 
of  the  atoms  l0.  Let  angular  parentheses  denote  an 
average  over  t0.  The  peak  of  the  Ramsey  pattern  oc- 
curs at  Ares,  the  root  of  (d/dA)  |/3|2  =  0.  To  the  same 
approximation  that  |/?|2  was  written 

tan2Arear 

(sin50)+[2(AresA)(cos50)+c-1(Sw  cos50)]  tancr 
(cos5</>)  — [2(Are3/c)  sm8<f>-\-c~l(8u>  sin5</>)]  tancr 

If  (sin<5</>)  and  (Sco  cos5</>)  both  vanish,  Ares=0  and  there 
is  no  shift.  If  (sin<5<£}=^0,  we  have,  neglecting  terms  of 
order  l/cT=0(l/L), 

tan2Arcsr=  —  (sin50)/  (cos50), 

or  for  a  small  shift : 

Wrea— wo=  —  T_1  ((sin<50)/(cOS(50)) . 

3.  SIMPLE  FREQUENCY  MODULATION 

Let  us  now  consider  the  ideal  case  of  pure  sine-wave 
modulation 

<t>=  (bi/wm)  cos(wm/+<$i). 

Then 

—  2(bi/wm)  sin(|wm7") 

Xsin(o)ni/u-|-|wm7,+5i)  =  50i  sinWi, 

8co=  —bi  cos(§wmr)  sin(com;0+^wmr+5i)  =  5wi  sinWi. 

We  expand  sin5<£  and  cos50  in  Fourier  series  in  Wi,  ob- 
taining Bessel  functions  with  argument  8<j>i  as 
coefficients3: 

sin50=  2Ji  sinIFj+2/3  sin31FH  , 

cos50  =  /0+  2Jt  sin2  Wx+  2J4  sinWH  . 

Now  (smnWi)  =  0,  so  (sin5</>)=  (5o>  cos5</>)  =  0  and  no 
shift  in  the  peak  of  the  average  line  shape  is  expected. 

We  can  go  further  and  write  out  the  Fourier  expan- 
sion of  1 18 1 2 : 


sin22cr 

-Jr— 
c  - 

5coi 


l+/o^cos2Ar—  2 —  sin2AT  tancr 


+ 


2/iJ  sin2Ar+2—  cos2Ar  tancr 
c  j 


—Jo —  sin2AT  tancr  |  sinW , 


I  00)1 

K 

r  5wi 

+\yi-Jt)— 


sin2Ar  tancr  cosIFi 


s2AT-2—  sin2AJ  tan 


)> 


sin2IFi 


cos2AT  tancr 


cos2IFi+  • 


3  See,  for  example,  Harold  S.  Black,  Modulation  Theory  (D.  Van 
Nostrand  Company,  Inc.,  Princeton,  New  Jersey,  1953),  p.  188, 
or  any  work  on  Bessel  functions. 
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We  see  that  the  constant  term  and  the  coefficients  of 
even  harmonics  are  even  functions  of  A.  They  have 
maxima  (or  minima)  at  A=0.  The  coefficients  of  the 
odd  harmonics  are  odd  functions  of  A,  vanishing  at 
A  =  0.  Thus  a  servo  system  which  looks  at  the  first 
harmonic  and  adjusts  A  to  minimize  the  amplitude, 
seeks  the  desired  resonance  frequency.  This  is  also  true 
for  modulation  at  several  incommensurable  frequencies, 
since  they  do  not  interfere  with  each  other.  For  com- 
mensurable frequencies  the  situation  is  different. 

4.  EFFECT  OF  SECOND  HARMONIC  IN 
THE  MODULATION 

We  take 

0=  (bi/um)  cos(wm£+5i)+  (b2/2com)  cos(2umt-\-82) 
and  use  the  abbreviated  notation 

8(f>=8<t>i  sinIFi-H02  sinTF2, 
<5«=5wi  sinlF  1+&02  sinU^, 


where 


and 


8<f>k=  —  2(bk/ko>m)  sin(pwmr), 
8uk=  —bk  cos(§£wmr), 

Wk=  {ko>mto-\-\ko>mT-\-bk). 


For  simplicity  we  consider  502«1,  with  8<t>i  arbitrary 
and  keep  only  first-order  terms  in  8<j>2. 

sin5</)=271  sinIFi+2/3  sinSJFi 

—  8<j)2J2  sin(2Wi— W2)  — 8<t>2J0  sinWV  •  •, 

cos50=/o+2/2  cos2TFi— SfcJi  cos(IFi—  W2) 

-SfoJz  cos(3Wi-W2H  . 

The  argument  of  all  Bessel  functions  is  8<i>\. 

(sinS0) =  8<p2J2  sin(25!— 82)^0, 

so  a  shift  in  the  peak  of  the  time-average  line  shape  is 
expected,  and  will  be  approximately  given  by 

tan2Aresr=5</)2(/2//i)  sin(25i— S2). 

Neglecting  terms  which  will  be  of  order  l/L 

|/3|2=^  sin2cr(l+cos2Ar  cos5(/>-sin2Ar  sin50). 

The  first  harmonic  of  the  detector  output  is  then  pro- 
portional to 

502[/i  cos(Wi- W2)+73  cos (3W1-W2)'] 

Xcos2Ar+2/i  sintFi  sin2A7\ 

The  mechanics  of  the  servo  system  involve  filtering  out 
this  frequency  and  feeding  it  into  a  phase  detector.  The 
output  of  the  phase  detector  is  proportional  to  the  time 
average  of  the  product  of  the  input  signal  and  a  refer- 
ence signal  of  the  same  frequency.  Let  the  reference 
signal  be  proportional  to  sin(IFi+0).  Then  the  phase 
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detector  output  is  proportional  to 

802[/i  sin(251-52+e)-73  sin(251-S2-0)] 

Xcos2Ar+2/!  cos0  sin2A7\ 

This  is  the  correction  signal  to  control  the  excitation 
frequency.  The  servo  adjusts  the  excitation  frequency 
so  that  the  correction  signal  vanishes.  This  occurs  when 

tan2Aresr=  -§502[(l-/3//i)  sin(25!-52) 

+tan0(l+/3//i)  cos(25i-§2)]. 

Thus  the  servo  locks  onto  a  frequency  shifted  from  the 
Bohr  frequency.  The  magnitude  of  the  shift  is  in  general 
different  from  the  shift  observed  in  the  time-average 
line  shape.  It  depends  on  the  magnitude  and  relative 
phases  of  the  modulating  frequencies,  and  on  the  phase 
of  the  reference  signal  for  the  phase  detector. 

An  analysis  of  the  power  spectrum  of  the  modulated 
signal  considered  in  this  section  shows  an  asymmetry 
proportional  to  sin(25i— 52).  If  the  relative  phases  of 
the  modulating  frequencies  are  such  as  to  give  a  sym- 
metric power  spectrum  and  if  the  relative  phase  of  the 
reference  signal  vanishes,  there  will  be  no  shift.  On  the 
other  hand,  for  6=ir/2,  the  shift  can  be  sizeable  (about 
10~9  for  cesium),  so  that  it  is  desirable  to  observe  the 
"in  phase"  component  of  the  detector  signal  as  well  as 
to  have  symmetric  power  spectra  in  order  to  keep  the 
shifts  small.  For  50i=Ol,  502=O1O-2,  0=0,  T=OiQr2, 

(Wres-wo)/wo=2A/a;o  =  O(S02/2wor)  =  OlO-11 

for  cesium.  This  estimate  shows  that  the  shift  due  to 
second  harmonic  in  the  modulation  can  be  appreciable 
unless  the  amplitude  of  the  second  harmonic  is  kept 
very  small.  (Shifts  due  to  the  second  harmonic  have 
been  observed  and  the  dependence  on  the  amplitudes 
and  relative  phases  plotted  by  the  National  Company 
in  their  research  on  cesium  beam  frequency  standards.4 
Unfortunately  they  did  not  present  their  theoretical 
work  on  the  problem.) 

The  inclusion  of  higher  harmonics  only  complicates 
the  analysis.  However,  the  odd  harmonics  alone  do  not 

4  Interim  Development  Report  for  Atomic  Beam  Frequency 
Standard,  4-28-57  to  7-27-57,  National  Company,  Inc.,  Maiden, 
Massachusetts  (1957). 


produce  any  shifts.  The  general  formula  for  the  shift  is 
always  a  sum  of  products  of  even  and  odd  harmonics. 

5.  EFFECT  OF  VELOCITY  DISTRIBUTION 

In  the  preceding  analysis  no  mention  has  been  made 
of  the  velocity  distribution  and,  in  fact,  no  attempt  has 
been  made  to  average  over  velocities.  We  note  that  not 
only  tan2AT  and  sin2cr  depend  on  velocity,  but  also 
50i  and  502,  hence  all  Bessel  functions,  also  Son,  5co2,  and 
0  (to  compensate  for  T  dependence  in  Wi).  Ramsey's 
tables  (reference  1,  p.  423)  do  not  include  integrals  of 
the  form 

J  e~'ftyz  sin^-^/„^a  sin-^dy. 

Qualitatively  the  results  of  this  paper  should  not  be 
changed  appreciably  by  a  velocity  average  from  what 
they  are  using  a  single  median  velocity.  If  more  than  a 
rough  value  for  the  size  of  the  shift  were  desired  a  nu- 
merical averaging  would  have  to  be  performed  to  find 
a  numerical  magnitude  for  the  shift.  But  because  of  the 
velocity  distribution  it  is  impossible  to  eliminate  the 
shift  simply  by  adjusting  0=0  or  5<j>i  such  that  Ji=Jz, 
since  these  could  hold  only  for  a  single  velocity.  How- 
ever, since  the  sign  of  the  shift  can  reverse,  there  must 
still  exist  conditions  for  which  the  shift  seen  by  the 
servo,  or  the  shift  in  the  time-average  line  shape  (but 
not  both)  vanishes.  It  would  be  difficult  to  compute 
these  conditions  theoretically,  especially  since  they  will 
depend  sensitively  on  the  power  level  of  the  excitation. 
But  it  should  be  possible  by  trying  for  a  symmetric 
power  spectrum  and  6—0  to  reduce  the  shift  by  one  or 
two  orders  of  magnitude  below  the  estimate  made  in 
Sec.  4. 

A  change  in  excitation  power  level  (c2)  changes  the 
velocity  for  which  the  transition  probability  is  a  maxi- 
mum, hence  changes  the  relative  effectiveness  of  the 
velocity  components  of  the  beam.  Any  velocity- 
dependent  shift  such  as  the  one  found  in  Sec.  4  then 
exhibits  a  marked  and  complex  dependence  on  power 
level,  and  it  is  difficult  to  separate  such  shifts  according 
to  their  causes. 
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Abstract 

In  recognition  of  the  October  1964  declaration  of  the 
International  Committee  of  Weights  and  Measures  that  the 
physical  measurement  of  time  be  based  on  a  particular  transi- 
tion between  two  hyperfine  levels  in  the  ground  state  of 
cesium  133,  a  review  of  the  characteristics  of  cesium  beam 
atomic  frequency  standards  is  presented.  This  article  discusses 
the  general  requirements  for  frequency  and  time  standards, 
advantages  offered  by  the  atomic  standard  as  compared  to 
astronomical  standards,  various  other  atomic  standards  in 
brief,  the  operating  principles  of  cesium  standards,  measures 
of  performance,  error  sources  in  cesium  standards,  character- 
istics of  several  standards  in  current  operation,  comparison  of 
cesium  standards,  and  atomic  time  standards  derived  from 
atomic  frequency  standards. 

Introduction 

The  Twelfth  General  Conference  of  Weights  and 
Measures,  in  October  1964,  authorized  the  Internation- 
al Committee  of  Weights  and  Measures  to  designate 
an  atomic  or  molecular  frequency  to  be  used  tempora- 
rily for  the  physical  measurement  of  time.  The  Inter- 
national Commitee  declared  that  the  transition  to  be 
used  is  that  between  the  hyperfine  levels  F  =  4, 
nip  =  0  and  F  =  3,  rap  =  0  of  the  ground  state  2S1/2 
of  the  atom  of  cesium  133,  unperturbed  by  external 
fields,  and  that  the  value  9,  192,  631,  770  Hz  is  assig- 
ned to  the  frequency  of  this  transition. 

A  review  of  the  characteristics  of  cesium  beam 
atomic  frequency  standards  is  therefore  appropriate. 
This  article  discusses  the  general  requirements  for 
frequency  and  time  standards,  advantages  offered  by 
the  atomic  standard  as  compared  to  astronomical 
standards,  various  other  atomic  standards  in  brief, 
the  operating  principles  of  cesium  standards,  measures 
of  performance,  error  sources  in  cesium  standards, 
characteristics  of  several  standards  in  current  opera- 
tion, the  comparison  of  cesium  standards,  and  atomic 
time  standards  derived  from  atomic  frequency  stand- 
ards. 

Requirements  of  Time  Standards 
The  unit  of  the  quantity  time  is  the  second.  Before 
this  unit  can  be  useful  in  measurement,  we  must  give 
a  definition  of  it  in  order  to  specify  its  magnitude.  The 
definition  is  an  abstraction.  It  specifies  the  idealized 


concept  which  underlies  the  operational  realization  of 
the  unit.  It  remains  to  construct  and  operate  the  actual 
physical  apparatus  which  makes  the  idealized  concept 
observable.  At  this  point  practical  variations  from 
ideality  occur.  We  must  then  distinguish  between  the 
ideal  definition  and  the  practical  apparatus  which 
physically  embodies  the  definition.  The  qualities  of  the 
apparatus  are  the  subject  of  greatest  study,  and  in  our 
discussion  we  shall  elect  to  call  the  apparatus  the 
"standard".  The  term  standard,  then,  will  imply  an 
apparatus  based  on  a  particular  idealized  concept, 
namely  the  definition. 

It  follows  that  the  value  provided  by  the  standard 
may  approach  the  value  intended  by  definition  to  a 
greater  or  lesser  degree.  The  degree  to  which  any 
prescribed  observation  of  the  standard  approaches 
the  definition  may  be  termed  the  accuracy  of  the 
standard  with  respect  to  the  definition,  or  simply 
accuracy  for  short. 

A  standard  of  time  is  taken  as  a  device  which 
generates  an  ordered,  nearly  continuous  sequence  of 
states,  or  phases,  which  can  be  quantitatively  identi- 
fied and  correlated  by  observation  with  events  —  in 
short,  a  clock.  In  practice,  clocks  are  often  based  on 
phenomena  which  recur  with  almost  uniform  period. 
The  unit  of  time  will  then  be  proportional  to  the  period 
of  the  clock  upon  which  its  definition  is  based. 

Since  time  is  a  basic  quantity  in  the  International 
System  of  Units,  its  standard  should  satisfy  certain 
requirements  deemed  desirable  for  a  standard  of  any 
quantity. 

Firstly,  it  must  have  continuity  of  operation, 
because  of  the  impossibility  of  "storing"  the  unit  of 
time  as  one  "stores",  say,  the  unit  of  mass.  Only  if  the 
unit  is  continuously  generated  and  accumulated  into 
its  multiples  is  it  possible  to  measure  an  arbitrary 
interval  whenever  desired.  The  only  acceptable  alter- 
native to  continuity  is  the  ability  to  re-establish  the 
unit  and  its  multiples  whenever  and  wherever  needed. 

Secondly,  as  time  progresses,  the  standard  must 
generate  a  unit  which  retains  constant  size  with 
respect  to  other  acceptable  measures  of  time.  Of 
course,  a  determinable  and  predictable  variability  in 
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the  period  of  the  standard  is  permissible  if  corrections 
may  be  applied  which  lead  to  a  constant  unit. 

Thirdly,  accuracy  of  the  standard  should  equal  or 
excel  that  of  standards  based  on  other  possible  defini- 
tions. 

Fourthly,  the  standard  should  be  accessible  to  aU 
who  need  it.  If  it  is  not  directly  accessible,  its  proper- 
ties must  be  made  available  by  indirect  means  such  as 
calibration  or  broadcast. 

Fifthly,  the  characteristic  period  of  the  standard 
should  be  convenient  with  respect  to  the  operations 
which  are  to  be  performed  on  it.  Time  standards  give 
an  observable  phenomenon  /  (for  example,  angular 
position  or  voltage)  nearly  of  the  form  f(t)  =  / 
(t  +  2  Tinjoj)  where  t  is  the  time,  to  is  the  nominal 
angular  frequency  of  the  standard,  and  n  is  an  integer. 
Necessary  operations  are  averaging  the  period  over 
large  values  of  n  for  precision,  taking  Fourier  trans- 
forms for  large  n  for  analysis  of  the  standard,  and 
generating  multiples  and  submultiples  of  the  period 
for  measurement.  It  is  convenient  that  co  be  large  so 
that  these  operations  can  be  applied  to  conveniently 
small  intervals  as  judged  by  a  time  characteristic  of 
man's  work,  such  as  his  lifetime  or  the  time  in  which 
significant  changes  in  techniques  occur. 

Finally,  because  of  the  need  to  locate  events  on  a 
continuous  scale  of  time  running  from  some  arbitrary 
origin  and  common  to  all  observers,  the  standard 
should  also  be  capable  of  continuously  accumulating 
the  units.  This  process  will  give  what  is  often  called 
epoch.  Epoch  means  the  state,  or  phase,  of  the  stand- 
ard expressed  in  the  measure  of  time,  as  referred  to 
some  arbitrary  initial  state. 

Astronomical  and  Atomic  Time  Standards 

Up  to  now,  time  standards  based  upon  the  obser- 
ved positions  of  celestial  bodies  undergoing  known 
or  assumed  motions  have  best  satisfied  the  require- 
ments discussed  above.  Two  of  the  many  possible 
celestial  "clocks"  have  major  importance.  These  are 
the  rotation  of  the  earth  as  manifested  by  the  apparent 
diurnal  motion  of  the  stars,  and  the  orbital  motion  of 
the  earth,  as  manifested  by  the  apparent  orbital 
motion  of  the  sun.  The  apparent  diurnal  motion  of  the 
sun,  which  also  serves  as  an  important  clock,  is  a 
combination  of  these  phenomena. 

The  requirement  of  continuity  of  operation  over 
the  whole  interest  span  of  mankind,  and  beyond,  can 
hardly  be  better  satisfied  than  by  these  celestial 
standards. 

Successive  refinements  in  astronomical  knowledge 
and  techniques  over  the  centuries  have  resulted  in 
closer  and  closer  realization  of  a  unit  nearly  constant 
in  time.  One  outstanding  improvement  was  the 
replacement  of  the  mean  solar  second  by  the  ephemeris 
second  as  the  accepted  unit.  The  mean  solar  second, 
both  in  concept  and  in  practice,  is  subject  to  fluctua- 
tions of  the  order  of  1  part  in  108  by  comparison  with 
other  acceptable  standards.  The  ephemeris  second  is 
constant  in  concept,  and  although  there  is  no  evi- 
dence that  the  practical  realization  of  it  is  other  than 
constant,  unpredictable  changes  and  aging  effects 
could  occur. 

Astronomical  standards  have  always  satisfied  the 
requirement  of  accuracy  very  well.  The  standard  for 
the  ephemeris  second  is  the  observed  motion  of  the 


moon  taken  together  with  its  theoretical  relationship 
to  the  observed  motion  of  the  sun.  The  accuracy  of 
this  standard  with  respect  to  the  definition  is  a  few 
parts  in  109. 

The  requirement  of  accessibility  at  any  place  on 
earth  and  at  any  time  is  well  satisfied  by  celestial 
standards.  As  refinements  have  been  made,  however, 
it  has  been  necessary  to  rely  on  a  few  well  equipped 
observatories  to  make  and  reduce  the  observations 
and  to  disseminate  the  results  by  appropriate  means. 

The  characteristic  period  of  the  celestial  standard, 
presently  the  tropical  year,  is  inconveniently  long. 
Observations  over  a  few  years  are  necessary  to  attain 
precision  comparable  to  the  other  factors  which  limit 
accuracy.  Observations  over  centuries  are  necessary 
for  an  exhaustive  understanding  of  the  standard. 
Interpolation  by  auxilliary  clocks  is  necessary  bet- 
ween observations  of  the  celestial  standards. 

Astronomical  standards  provide  epoch  extremely 
well.  Their  continuous  operation  precludes  any  lapse 
which  would  destroy  the  relationship  of  the  present 
epoch  to  the  initial  epoch.  Their  long  characteristic 
periods  help  avoid  ambiguity  of  phase,  even  with 
infrequent  observation. 

Atomic  frequency  standards  are  based  upon  the 
frequency  v  corresponding  to  a  transition  between 
two  atomic  states  separated  in  energy  by  AE,  accord- 
ing to  the  Bohr  relation 

hv  =  AE  ,  (1) 

where  his  Planck's  constant.  Atomic  standards  have 
been  developed  in  the  past  decade  to  the  point  that 
they  satisfy  the  requirements  of  good  time  standards 
to  a  degree  competitive  with  astronomical  standards. 

Continuity  of  operation  has  been  achieved  for 
intervals  of  several  years.  In  case  of  failure,  it  is  pos- 
sible to  re-establish  the  unit  of  time  with  confidence. 

Constancy  in  the  size  of  the  unit  based  on  an  atomic 
definition  may  be  strongly  presumed  to  hold  by  the 
nature  of  atomic  energy  levels.  They  are  subject  to  the 
laws  of  quantum  mechanics  and  electrodynamics, 
which  enjoy  a  validity  and  permanence  equal  to  that 
of  the  laws  of  dynamics  underlying  the  astronomical 
standards.  In  particular  the  levels  are  determined  by 
the  interactions  of  relatively  few  elementary  particles, 
and  are  often  amenable  to  detailed  theoretical  analy- 
sis. 

The  greatest  improvement  of  atomic  standards 
over  astronomical  standards  has  been  in  the  accuracy 
of  the  standard  with  respect  to  the  definition.  Accu- 
racy of  about  1  part  in  1011  is  now  typical,  and  further 
improvement  appears  readily  possible. 

Atomic  standards  are  widely  accessible  either  by 
construction  or  purchase.  They  represent  a  modest 
investment  in  apparatus  compared  to  that  needed  for 
astronomical  time  determinations.  Wide  radio  dissem- 
ination of  the  output  of  a  small  number  of  good 
atomic  standards  still  remains  economically  desirable, 
just  as  for  astronomical  standards. 

The  short  characteristic  period  of  the  atomic 
standard  is  an  advantage.  Averages  over  the  many 
cycles  necessary  to  attain  statistical  precision  of 
measurement  are  possible  in  minutes,  hours,  or  days. 
For  example,  measurement  precision  of  parts  in  101S 
are  attainable  for  averaging  times  of  12  hours.  For 
this  reason,  atomic  standards  make  their  results 
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available  more  promptly  than  astronomical  standards. 
Small  time  intervals  down  to  the  nanosecond  region 
are  available  directly  from  the  standard  because  of  its 
high  frequency  without  recourse  to  a  separately 
calibrated  oscillator.  Present  engineering  technology 
has  enabled  electronic  integration  of  the  period  of  the 
standard  to  provide  large  time  intervals  of  typically 
several  years  with  negligible  error. 

Epoch  for  an  atomic  time  standard  may  be  ob- 
tained by  such  electronic  integration  of  periods.  It  is 
a  matter  of  engineering  to  attain  adequate  reliability 
and  redundancy.  In  case  of  failure  of  the  period 
integrating  apparatus,  a  lapse  in  the  resulting  time 
scale  will  occur.  This  lapse  may  be  bridged  by  aux- 
iliary standards,  such  as  astronomical  standards,  but 
with  some  loss  of  accuracy  in  relating  past  epochs  to 
present  epochs.  This  loss  of  accuracy  may  be  quite 
acceptable  however,  for  many  applications. 

Atomic  standards  thus  offer  equivalent  or  improv- 
ed characteristics  over  astronomical  standards  for  time 
interval.  Both  the  standards  application  and  technolo- 
gical applications  outside  the  scope  of  this  paper  call 
for  the  designation  of  an  atomic  unit  of  time  interval 
and  a  time  scale  derivable  from  it.  Other  units  of  time 
interval  and  other  time  scales  remain  important  for 
specialized  applications.  The  ability  to  transform  from 
one  system  to  another  is  all  that  is  needed  to  realize 
the  advantages  of  all  systems. 

Various  Atomic  Frequency  Standards 

The  cesium  standard  should  be  placed  in  perspec- 
tive with  respect  to  the  various  atomic  frequency 
standards.  Only  in  the  years  subsequent  to  1945  did  it 
appear  technically  feasible  to  try  what  had  been  recog- 
nized as  possible  in  principle  for  some  time  —  to  con- 
trol the  rate  of  a  clock  by  a  frequency  characteristic 
of  an  atom  or  molecule.  I.  I.  Rabi  in  his  1945  Richt- 
meyer  Lecture  before  the  American  Physical  Society 
made  the  specific  suggestion,  according  to  Hersh- 
BERG  ER  and  Norton  (1948).  The  frequencies  which 
appeared  most  suitable  were  either  those  characteristic 
of  atomic  hyperfine  structure  or  molecular  motions 
such  as  inversion  or  rotation.  The  techniques  of  obser- 
vation which  developed  were  absorption  at  resonance 
by  the  gas,  the  atomic  beam  method,  the  maser  prin- 
ciple and  the  optical-microwave  double  resonance 
technique. 

NH3  Absorption.  Hershberger  and  Norton 
(1948)  gave  early  results  using  microwave  absorption 
of  the  (J  =  3,  K  =  3)  inversion  line  of  NH3  at 
23,870  MHz.  Basically  the  technique  uses  a  microwave 
source,  an  absorption  cell  under  low  pressure  to  permit 
well  resolved  spectral  lines,  and  a  detector  arranged 
to  display  absorption  vs  frequency.  A  practical  NH3 
device  (Lyons,  1952)  gave  precision  of  about  2  parts 
in  108  over  a  run  of  8  days.  The  gas  absorption  tech- 
nique is  limited  mainly  by  the  wide  spectral  lines, 
typically  100  kHz,  produced  by  Doppler  and  colli- 
sion broadening.  For  this  reason,  the  method  is  now 
obsolete  for  highly  precise  frequency  standards. 

Common  Features.  The  remaining  techniques  of 
observation  all  have  essential  general  features  in 
common.  Atoms  are  prepared  in  a  pure  state,  the  state 
is  arranged  to  have  a  long  lifetime  against  deexcita- 
tion,  the  atoms  are  stimulated  by  microwave  radiation 
to  emit  (or  absorb)  in  a  way  free  of  first-order  Doppler 


effect,  and  the  change  of  state  is  detected  by  conven- 
ient means. 

Cesium  Beam.  Atomic  beam  techniques  as  describ- 
ed below  have  been  successfully  used  for  the  magnetic 
hyperfine  transitions  of  Cs133  at  9,192  MHz.  Essen 
and  Parry  (1957)  at  the  National  Physical  Labora- 
tory in  England  first  reported  complete  success  in 
using  the  Cs  resonance  to  rate  an  oscillator  on  a  rou- 
tine basis.  Since  then,  the  development  of  cesium 
beam  standards  has  been  intensive.  Several  other 
national  standards  laboratories  have  reported  results 
including  Canada,  United  States,  and  Switzerland 
(see  references). 

National  standards  laboratories  in  four  or  five 
other  countries  are  constructing  instruments.  Accu- 
racy has  been  refined  to  about  1  part  in  1011  as  dis- 
cussed below.  The  list  of  references  is  reasonably 
complete  for  cesium  standards  and  reflects  the  extent 
of  the  development. 

Thallium  Beam.  Successful  thallium  frequency 
standards  have  been  reported  (Bonanomi,  1962; 
Beehler  and  Glaze,  1963).  The  transition  used  is 
between  the  two  magnetic  hyperfine  levels  in  the 
ground  state,  2P1/2,  arising  from  the  coupling  of  the 
nuclear  spin  angular  momentum  and  the  electronic 
angular  momentum.  The  transition  is  designated  as 

F  =  0,  mF  =  0  Z  F  =  1.  mF  =  0  . 

The  frequency  is  21,310,833,945.  9  ±  0.2  Hz  (Beeh- 
ler and  Glaze,  1965).  In  principle  thallium  offers 
advantages  over  cesium  in  a  lesser  dependence  of 
transition  frequency  on  magnetic  field,  greater 
simplicity  of  the  Zeeman  spectrum,  greater  beam 
signal  intensity  (since  a  greater  fraction  of  all  atoms 
in  the  ground  state  is  in  the  mp  =  0  states  used  for  the 
standard  frequency  transition),  and  higher  frequency 
than  cesium  by  a  factor  of  two  so  that  a  given  absolute 
uncertainty  in  frequency  measurement  yields  corre- 
spondingly greater  relative  precision.  Increased  experi- 
mental difficulties  arise  from  greater  difficulty  of 
deflection  and  detection.  The  major  limitation  on 
accuracy  appears  to  be  phase  shift  of  the  rf  radiation 
between  the  two  separated  field  regions,  as  discussed 
below  for  cesium.  Accuracy  attained  so  far  is  com- 
parable with  the  accuracy  attained  for  cesium. 

NH3  Maser.  The  first  maser  used  a  beam  of  NH3 
molecules  prepared  in  the  upper  inversion  state  of  the 
J  =  3,  K  =  3  rotational  state  by  a  quadrupolar 
electrostatic  focuser,  which  focuses  molecules  in  the 
upper  state  and  defocuses  those  in  the  lower  state. 
(Gordon,  Zeiger,  and  Townes,  1954;  Basov  and 
Prokhorov,  1955).  The  beam  traverses  a  microwave 
resonator,  in  which  the  molecules  are  stimulated  to 
emit  by  the  existing  microwave  field.  In  the  steady 
state  the  radiation  emitted  maintains  a  stored  radia- 
tion field  to  stimulate  further  emission  and  supplies 
internal  losses  of  the  resonator  and  external  loads. 
Many  subsequent  refinements  have  been  developed. 
Nevertheless,  the  accuracy  of  the  NH3  beam  maser 
has  not  proved  as  great  as  the  accuracy  of  the  cesium 
beam  and  the  hydrogen  maser,  yet  to  be  discussed. 
The  reasons  concern  a  complicated  dependence  of 
frequency  on  experimental  conditions,  partly  associ- 
ated with  the  unresolved  structure  of  the  inversion 
resonance  line. 
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Hydrogen  Maser.  The  hydrogen  maser  (Golden- 
berg,  Kleppner,  and  Ramsey,  1960)  uses  the  transi- 
tion 

F  =  1,  mF  =  0  -*  F  =  0,  mF  =  0  , 

between  the  magnetic  hyperfine  levels  in  the  ground 
state,  2S1j2,  of  atomic  hydrogen.  The  frequency  is 
1,420,405,751.80  ±  0.03  Hz  (Crampton,  Kleppner, 
and  Ramsey,  1963).  The  F  I,  ttif  =  0  state  is 
prepared  by  magnetic  focusing  of  a  beam  of  atoms,  as 
in  atomic  beam  techniques.  A  long  lifetime  in  the 
excited  state  of  1  to  3  seconds  is  attained  not  by  time 
of  flight  through  free  space  as  in  the  beam  maser, 
but  by  storage  in  a  bulb.  The  bulb  has  walls  suitably 
coated  so  that  wall  collisions  have  a  low  probability 
of  perturbing  the  prepared  state.  The  bulb  is  contained 
in  an  electromagnetic  resonator,  which  provides 
stimulation  of  radiation  and  power  to  external  loads 
just  as  in  the  beam  maser.  First  order  Doppler  shifts 
are  effectively  cancelled  because  of  the  random  direc- 
tions of  the  atoms.  The  technique  has  several  advan- 
tages described  in  the  literature  (Kleppner,  Golden- 
berg  and  Ramsey,  1962).  Stability  of  the  radiation  is 
reported  to  be  about  3  parts  in  1013  over  a  few  days 
(Vessot  and  Peters,  1962).  Accuracy  is  estimated  at 
about  1  part  in  1011.  Promise  of  further  improvement 
is  good  (Ramsey,  1965). 

Optical- Microwave  Double  Resonance.  The  optical 
microwave  double  resonance  technique,  often  desig- 
nated as  the  optically  pumped  gas  cell,  emerged  about 
1957  (Kastler,  1957).  In  Sb87,  for  example,  atoms 
are  preferentially  pumped  out  of  the  lower  (F  =  1)  of 
two  magnetic  hyperfine  levels  by  optical  resonance 
radiation.  Repopulation  of  this  state  by  stimulated 
microwave  emission  from  the  F  —  2  ->  F  =  I  transi- 
tion is  detected  at  microwave  resonance  by  increased 
optical  absorption  of  the  pumping  radiation.  Lifetimes 
in  the  F  =  2  state  are  prolonged  by  an  inert  buffer  gas, 
collisions  with  which  do  not  de-excite  the  F  =  2  state. 
Inert  wall  coatings  may  be  used  in  addition.  The 
buffer  gas  also  performs  the  essential  function  of 
reducing  the  Doppler  width  of  the  radiation.  It 
confines  the  radiating  atom  to  a  region  small  com- 
pared with  the  wavelength.  Thus  the  motion  of  the 
source  does  not  cumulatively  affect  the  phase  of  the 
emitted  wave,  as  it  does  ordinarily  in  producing  the 
Doppler  effect.  (Dicke,  1953;  Wittke  and  Dicke, 
1956).  Microwave- optical  double  resonance  devices 
are  convenient  and  provide  short-term  stability  from 
day  to  day  of  about  1  part  in  1011.  Accuracy  with 
respect  to  the  transition  frequency  of  the  unperturbed 
atom  suffers  from  frequency  shifts  which  are  not 
adequately  understood,  and  must  be  taken  as  perhaps 
1  part  in  1010.  These  are  associated  with  the  buffer  gas 
collisions  and  with  the  spectral  distribution  and  inten- 
sity of  the  pumping  radiation.  Thus  the  technique  is 
no  longer  considered  suitable  for  the  most  accurate 
frequency  standards. 

Principles  of  Cesium  Beam  Operation 

Hyperfine  Structure.  The  hyperfine  splitting  in  cesium 
arises  because  of  the  interaction  between  the  magnetic  moment 
of  the  nucleus  and  the  magnetic  field  produced  by  the  valence 
electron  at  the  position  of  the  nucleus. 

In  general,  the  valence  electron  produces  a  magnetic 
field  at  the  nucleus  by  virtue  of  its  orbital  motion  about  the 
nucleus  and  also  by  virtue  of  its  intrinsic  magnetic  moment. 
These  two  contributions  to  the  field  will  be  designated  by 


#ort>n  and  i/spin  and  their  sum  by  Hei  =  i/orbit  +  Hspm.  The 
Hamiltonian  for  the  interaction  can  be  concisely  written  as 

*  =  -  ~fti  •  Ha  ,  (2) 

where  /xi  is  the  magnetic  moment  of  the  nucleus.  For  an  alkali 
atom  such  as  cesium,  the  ground  electronic  state  is  an  8  state 
and  the  orbital  angular  momentum  is  therefore  zero.  Since 

//orbit  is  proportional  to  this  angular  momentum,  the  import- 
— >  — > 

ant  contribution  to  He\  is  HSpm.  The  electron  spin  has  two 
possible  orientations,  and  we  expect  two  different  energy 
levels  for  the  atom.  The  ground  state  for  zero  external  field  is 
thus  split  by  the  interaction  into  two  levels  and  the  separation 
of  the  two  levels  is  referred  to  as  the  hyperfine  structure  (hfs) 
separation.  If  the  appropriate  quantum  formalism  is  used,  the 
separation  W  of  the  two  levels  is  given  approximately  by 

(KOPFERMANN,  1948) 


W  =  {IJFmF  Hel\  IJFmF) 


gi  /J.N  fi0  Z3 


Oq  n 


F  (F  +  l)-I{I  +  i)  -J(J  +  l) 


J(J+l)(L+  i) 


(3) 


where  gi  is  the  nuclear  gr-factor,  (in  is  the  nuclear  magneton, 
fi0  is  the  Bohr  magneton,  Z  is  the  atomic  number,  a0  is  the 
radius  of  the  first  Bohr  orbit  (a0  =  h2/me2),  n  is  the  principle 
quantum  number,  F  is  the  total  angular  momentum  quantum 


Fig.  1.  Energyjlevel  diagram  of  Csu*  in  the  2S 1/2  ground  state  as  a  function 
of  the  applied  magnetic  field 

number,  I  is  the  nuclear  angular  momentum  quantum  number, 
J  is  the  total  electronic  angular  momentum  quantum  number 

(J  =  L  +  S),  L  is  the  orbital  angular  momentum  quantum 
number  for  the  valence  electron,  and  wif  is  the  magnetic 
quantum  number  associated  with  F.  The  level  separation  was 
first  worked  out  by  Fermi  (1930)  and  Fermi  and  Segre  (1933). 
Equation  (3)  reduces  to  their  result  for  J  =  1/2  and  L  =  0. 

Effect  of  External  Field.  If  an  external  field  is  applied, 
certain  degeneracies  are  removed  as  shown  in  Fig.  1 .  This 
energy  level  diagram  is  for  the  ground  state  of  cesium  for 
which  I  =  7/2,  and  J  =  1/2.  In  this  case,  since  F  =  I  +  J, 

I  +  J  -  1  /  -  J,  there  are  only  two  F  levels :  F  =  I  ±  1/2 

or  F  =  4  and  F  =  3.  Their  energy  as  a  function  of  the  applied 
field  H  is  given  by  the  Breit-Rabi  formula  (Ramsey,  1956): 


W 


AW 


F  =  I±l,mF    2(27  +  1) 


+  /Uo  gi  rtip  H  ± 


tH1+(2TTiT  +  *"J' 
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where  A  W  is  the  hfs  separation,  given  approximately  by  the 
Fermi-Segr6  formula,  between  the  J1  =  I  +  1/2  and  F  =  I  -  1/2 
states  in  zero  field ;  and 

_  (gj  -  gj  (io  H 
AW 

For  a  small  applied  field  H  the  energy  levels  may  be  drawn 
as  in  Fig.  2.  From  Fig.  1  and  2  it  is  evident  that  the  states 
(F  =  4,  rtiF  =  0)  and  (F  =  3,  nij  =  0)  are  the  least  sensitive  to 


WEAK  FIELD 


The  effective  magnetic  moment  has,  in  general,  a  different 
value  for  each  state: 


jUefl 


=  -  gi  fi0  mF 


+ 


2     (2  7  +  1) 


1  + 


4  niF  x 
(2.7  +  1) 


F=4 


F=3 


Fig.  2.  Energy  level  diagram  for  Cs™  in  a  weak  applied  magnetic  field 

the  applied  field.  Since  the  accuracy  with  which  we  can 
measure  the  transition  frequency  is  partly  determined  by  how 
accurately  we  can  measure  H,  we  choose  this  field  insensitive 
transition  for  our  frequency  standard.  The  frequency  is 
slightly  field  sensitive,  and  one  can  show  from  the  Breit-Rabi 
formula  that  the  frequency  is  given  by 


v  =  v0  +  427  Hz 


(5) 


for  small  values  of  H,  where  v  is  the  frequency  in  Hz  of  the 
(F  =  4,  rap  =  0)< — >{F  =  3,  mF  —  0)  transition  when  the  applied 
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Tig.  3.  A  schematic  of  a  typical  atomic  beam  spectrometer 

field  has  a  magnitude  of  H  (in  oersteds).  v0  is  the  transition 
frequency  for  H  =  0;  it  has  the  value  9192631770.00. .  .Hz. 

Method  of  Observation.  Now  let  us  see  how  we  observe  these 
transitions  with  the  atomic  beam  technique.  The  atomic 
beam  spectrometer  has  the  basic  structure  shown  in  Fig.  3. 
Neutral  atoms  effuse  from  the  oven  and  pass  through  the  non- 
uniform magnetic  field  of  the  A  deflecting  magnet.  The  atoms 
have  a  magnetic  dipole  moment  fi  and  consequently  experience 
a  transverse  force  in  this  A -field  region.  This  force  is  given  by 

where  W  is  the  potential  energy  of  a  dipole  in  the  field  and 
depends  on  H  only  according  to  the  Breit-Rabi  formula  (4). 
The  effective  magnetic  moment  is 


flelt  = 


dW 
dH  ' 


(6) 


by  analogy  with  the  case  where  the  dipole  moment  is  independ- 
ent of  H.  Hence 


F  =  pe,t  V  H 


(?) 


(8) 

Evidently,  then,  the  force  on  the  atom  depends  not  only  on  the 
gradient  of  the  field  but  also  upon  the  particular  state  that  the 
individual  atom  is  in.  The  effective  magnetic  moment  is 
positive  for  some  states  and  negative  for  others.  The  magnet  is 
designed  so  that  the  gradient  of  the  field  has  a  direction 
transverse  to  the  beam  and  in  the  plane  of  the  drawing  of  Fig.  3. 

The  quantity  Hett/f*0  is  plotted  as  a  function  of  the  applied 
field  H  in  Fig.  4.  It  is  simply  given  by  the  negative  derivatives 
of  the  curves  plotted  in  Fig.  1 .  Suppose  the  positive  z  direction 
is  in  the  upward  direction  perpendicular  to  the  spectrometer 

axis  in  Fig.  4.  Let  e*  be  a  unit  vector  in  the  z  direction.  The 
magnets  are  designed  so  that 

F  =  /Xeit  V  H=  ez  fiett  ^  , 

and  if  /xen  is  negative,  as  it  is  for  the  (4,  0)  state  (i.  e.,  the 
F  =  4,  mF  =  0  state,  see  Fig.  4),  then  the  force  is  downward. 
If  fj.eu  is  positive,  as  it  is  for  the  (3,  0)  state,  the  force  is  upward 
in  the  figure.  Atoms  effusing  from  the  oven  in  the  61  direction 
along  trajectory  1  (see  Fig.  3)  that  are  in  the  (4,  0)  state  will 
experience  a  downward  force.  Some  of  them,  those  with  the 
proper  velocity,  pass  through  the  collimator  slit  and  pass  on  to 
the  second  deflecting  field  region.  Those  atoms  in  state  (3,  0) 
effusing  in  the  61  direction  experience  an  upward  force  and  do 
not  pass  through  the  collimating  slit.  They  are  eliminated 
from  the  beam.  The  opposite  is  true  for  atoms  effusing  in  the 
02  direction.  Those  in  state  (3,  0),  experiencing  an  upward 
force  pass  through  the  collimator,  and  those  in  the  (4,  0)  state 
are  eliminated  from  the  beam  and  pass  into  the  second  deflect- 
ing field  region.  Normally  the  deflecting  fields  are  high  fields 
so  that  atoms  in  states  4,4;  4,3;  4,2;  4,1;  4,0;  4,  -1; 
4,-2;  and  4,-3  effusing  at  a  positive  angle  81  pass  through 
the  collimator.  Correspondingly,  atoms  in  states  4,  —4;  3,  3; 
3,  2;  3, 1 ;  3,  0;  3,  -1 ;  3,  -2;  and  3,  -3  effusing  at  a  negative 
angle  82  pass  through  the  collimator. 

If  the  second  deflecting  field  (that  pro- 
duced by  the  B  magnet)  is  identical  to  the 
A -field,  the  atoms  in,  for  example,  the  (4,  0) 
state  following  trajectory  1  (see  Fig.  3)  expe- 
rience a  downward  force  as  in  the  A -field. 
They  will  not  strike  the  detector.  Similarly, 
atoms  in  the  (3, 0)  state,  say,  following  trajec- 
tory 2  experience  an  upward  force.  They  too 
will  miss  the  detector.  Suppose  now  that  a 
radiation  field  is  applied  in  the  uniform  field 
region  (the  C-field  region,  applied  in  order  to 
preserve  the  state  identy  of  an  atom  passing 
from  the  A -field  to  the  i?-field)  of  frequency 
appropriate  to  the  (4,  0)-< — *(3,  0)  transition. 
Atoms  in  the  (4, 0)  state  are  induced  to  emit  a 
quantum  of  energy,  and  atoms  in  the  (3,  0) 
state  are  induced  to  absorb  a  quantum  of  energy.  Atoms  that 
were  in  the  (4,  0)  state  following  a  trajectory  1  now  find 
themselves  in  the  (3, 0)  state.  Atoms  that  were  in  the  (3, 0)  states 
following  a  trajectory  2  now  find  themselves  in  the  (4,  0)  state. 
Each  sef  atom  that  has  made  the  transition  has  had  its  mag- 
netic moments  "flipped".  As  a  result  of  this  change  in  sign  of 
the  magnetic  moment,  the  forces  on  these  atoms  in  the  B  de- 
flecting region  will  also  change  sign.  These  atoms  will  now  follow 
the  trajectories  1 '  and  2'  in  Fig.  3  and  strike  the  detector. 

By  means  of  the  well-known  surface-ionization  process 
(Zandberg  and  Ionov,  1959;  Datz  and  Taylor,  1956)  the 
atoms  are  converted  into  positively- charged  ions  with  nearly 
100%  efficiency  and  can  then  be  collected  and  measured.  The 
resulting  detected  beam  current  -  goes  through  a  maximum 
when  the  frequency  of  the  radiation  field  is  swept  through  the 
resonant  frequency  of  the  cesium  transition.  An  actual  record- 
ing of  the  spectral  line  shape,  obtained  in  the  process,  is  shown 
in  Fig.  5  for  the  usual  case  of  two  separated  excitation  regions 
(Ramsey  technique).  The  appearance  of  the  auxiliary  peaks 
on  either  side  of  the  central  resonance  peak  is  a  consequence  of 
the  separated  oscillating-field  technique.  (Ramsey,  1950; 
Ramsey,  1956).  The  advantages  offered  by  the  Ramsey  method 
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include  a  narrower  width  of  the  spectral  line  and  less  severe 
requirements  on  the  uniformity  of  the  C-field  as  compared  to 
the  single  excitation  region  case  (Rabi  technique). 

Unlike  many  other  resonance  experiments,  the  transition 
probability  is  examined  by  observing  the  effect  of  the  radia- 
tion on  the  beam  rather  than  the  effect  of  the  beam  on  the 
radiation  field.  The  intensity  of  the  signal  does  not  depend 
upon  the  population  difference  of  the  two  states  but  on  the 
sum  of  their  populations.  The  spectral  linewidth  is  given  by  the 
uncertainty  relation  AE  At  %  h  or  Av  At  ss  I,  where  Av  is  the 
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Fig.  4.  The  effective  magnetic  moment  relative  to  the  Bohr  magneton  for 
the  various  magnetic  substates  in  Cs133  as  a  function  of  the  applied  magnetic 
field 
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Fig.  5.  Recording  of  the  central  portion  of  the  Ramsey  resonance  line  shape 
for  one  of  the  National  Bureau  of  Standard's  cesium  standards 

linewidth  and  At  is  the  average  transit  time  of  an  atom 
through  the  radiation  field,  if  a  single  radiation  field  is  used. 
If  two  radiation  fields  are  used  to  induce  the  transition,  then 
At  is  the  average  transit  time  for  an  atom  to  go  from  the  first 
field  to  the  second.  The  linewidth  thus  depends  on  the  average 
velocity  v  in  the  beam  and  the  length  of  the  transition  region, 
since  At  =  L/v. 

The  process  of  measuring  the  frequency  of  an  unknown 
source  in  terms  of  the  cesium  standard  usually  involves  the 
direct  comparison  of  the  unknown  frequency  with  the  known 
frequency  of  an  oscillator  which  is  controlled  in  some  manner 
by  the  atomic  resonance.  In  the  most  common  technique 
employed  the  control  is  done  automatically  and  continuously 
by  using  an  electronic  servo  system.  The  controlled  oscillator 
frequency  -  normally  near  5  MHz  -  is  modulated  at  a  low 
audio  rate  and  then  multiplied  to  the  cesium  frequency  at 
9192  MHz.  If  the  multiplied  frequency  differs  even  slightly 
from  that  of  the  resonance  maximum,  the  modulation  results 
in  the  generation  of  a  component  of  the  detector  current  at 
the  modulation  frequency.  If  this  component  is  amplified  and 


phase-compared  with  the  original  modulation  signal,  it  can  be 
shown  that  the  DC  output  signal  of  the  phase  detector  has  a 
magnitude  proportional  to  the  amount  of  deviation  of  the 
applied  frequency  from  the  atomic  resonance  frequency  and  a 
sign  which  depends  on  whether  the  applied  frequency  is  higher 
or  lower  than  the  resonance.  Thus,  this  signal  may  be  used 
with  appropriate  circuitry  to  correct  automatically  and  contin- 
uously the  frequency  of  the  5  MHz  oscillator  to  a  value  which 
bears  a  fixed  and  known  relationship  to  the  defined  cesium 
frequency. 

In  a  somewhat  different  technique  used  with  some  labora- 
tory-type standards  the  control  of  the  5  MHz  oscillator  is 
accomplished  manually.  In  this  case  an  operator  manually 
adjusts  this  frequency  to  a  value  which  results  in  a  maximum 
current  from  the  detector  corresponding  to  a  maximum  proba- 
bility for  the  atomic  transition. 

Measures  of  Performance 

There  are  no  universally  accepted  measures  for  describing 
the  performance  of  atomic  frequency  standards.  Until  common 
agreement  on  these  measures  is  reached,  each  author  is  obliged 
to  state  exactly  how  his  estimates  of  performance  are  to  be 
interpreted. 

Fluctuations  may  occur  (a)  among  various  observations 
for  a  given  adjustment  of  a  given  instrument,  (b)  among  var- 
ious independent  adjustments  of  a  given  instrument,  and  (c) 
among  various  independent  instruments.  Usually  these  fluctua- 
tions increase  in  magnitude  in  the  order  mentioned.  Each  of 
these  types  of  fluctuations  gives  useful  information  about  the 
performance  of  the  standards.  The  fluctuations  of  type  (a) 
arise  from  fluctuations  of  instrumental  and  environmental 
parameters  during  operation.  The  fluctuations  of  type  (b) 
contain  fluctuations  of  type  (a)  and  also  fluctuations  in  setting 
the  adjustable  parameters  from  time  to  time.  The  fluctuations 
of  type  (c)  contain  types  (a)  and  (b)  and  also  fluctuations  from 
instrument  to  instrument  in  fixing  the  non-adjustable  para- 
meters. 

Stability.  A  sequence  of  n  readings  of  a  particular  standard 
in  a  particular  adjustment,  against  a  comparison  oscillator 
assumed  temporarily  constant,  will  show  fluctuations.  The 
standard  deviation  of  these  observations  is  often  called  the 
stability  of  the  standard.  Its  value  will  depend  on  the  duration 
of  the  individual  observations,  and  many  be  qualified  as  short 
term  or  long  term  stability.  For  example,  if  the  average 
frequency  over  1  second  is  measured  for  n  =  100  successive 
times,  the  standard  deviation  of  such  a  1 -second  observation 
as  estimated  from  the  sample  of  100  observations  may  be 
called  the  "short  term  stability"  applicable  to  1  second  dura- 
tion. In  this  sense,  stability  indicates  the  degree  to  which  the 
standard  in  steady  operation  gives  results  constant  in  time. 

Of  interest  is  not  only  the  magnitude  of  the  frequency 
fluctuations  but  also  their  rate.  Thus  a  more  complete  charac- 
terization of  the  stability  of  a  given  standard  in  a  given  state 
of  adjustment  would  be  all  the  statistical  properties  of  the 
frequency  fluctuations  F  (t)  about  a  mean  frequency  v  consider- 
ed as  a  function  of  time,  that  is  F  (t)  =  v  (t)  —  v  where  v  (t) 
is  the  instantaneous  frequency.  These  would  be  the  moments 
of  the  amplitude  distribution  of  F  (<),  its  spectrum,  its  auto- 
correlation function,  and  so  forth.  Studies  of  such  properties 
are  in  progress  but  are  beyond  the  scope  of  this  paper. 

Precision.  Precision  is  considered  a  property  of  a  measure- 
ment process,  not  of  an  instrument  alone.  It  measures  the 
random  error  in  carrying  out  a  prescribed  observation.  For 
example,  if  the  prescribed  observation  is  the  mean  of  n  succes- 
sive readings  taken  as  described  in  the  preceding  section,  the 
sample  standard  deviation  of  the  mean  would  appropriately 
measure  the  precision  of  such  an  observation. 

Reproducibility.  A  sequence  of  comparisons  for  indepen- 
ent  adjustments  of  a  particular  standard,  against  a  reference 
standard  assumed  available  and  temporarily  constant,  will 
yield  a  mean  and  a  standard  deviation.  The  standard  deviation 
of  such  observations  may  be  called  the  reproducibility  of  the 
instrument.  In  this  sense  reproducibility  indicates  the  degree 
of  resettability  of  the  instrument. 

Accuracy.  We  use  accuracy  in  this  paper  as  the  degree  to 
which  any  prescribed  observation  of  a  particular  standard 
approaches  the  definition.  It  requires  (a)  an  estimate  of  the 
random  error  in  carrying  out  the  prescribed  observation  for  a 
given  adjustment  (that  is,  precision),  (b)  an  estimate  of 
systematic  errors  incurred  in  adjusting  the  standard  (that  is, 
reproducibility),  and  (c)  an  estimate  of  systematic  errors 
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incurred  in  constructing  the  standard.  The  measure  of  all 
these  errors  should  be  stated;  that  is,  whether  they  represent 
limits  of  error,  or  one-,  two-,  or  three-sigma  estimates  of  a 
distribution  of  values.  The  method  of  combination  should  be 
stated.  If  the  errors  maybe  considered  independent,  for  exam- 
ple, the  square  root  of  the  sum  of  their  squares  may  be  taken  as 
a  proper  estimate  of  the  total  error. 

The  estimate  of  precision  of  an  observation  has  been  dis- 
cussed above. 

We  must  now  distinguish  between  possible  ways  of  making 
the  last  two  estimates,  (b)  and  (c)  depending  on  whether  the 
standard  to  be  evaluated  stands  in  the  highest  echelon  so  that 
no  higher  reference  standards  is  available,  or  whether  the 
standard  is  in  a  lower  echelon  and  may  be  compared  with  a 
reference  standard.  If  the  standard  stands  alone,  the  last  two 
estimates  must  be  made  by  a  study  of  the  effect  of  all  known 
parameters  on  the  frequency  and  an  estimate  of  the  uncer- 
tainty in  these  parameters  in  a  given  instrument  or  for  a  given 
adjustment. 

A  somewhat  different  viewpoint  is  possible  if  there  are 
several  standards  of  comparable  quality  in  the  highest  echelon. 
We  may  then  agree  to  consider  all  these  as  a  sample  from  an 
ensemble  of  standards.  They  may  be  compared  among  one 
another  with  respect  to  the  sample  mean.  Then  the  sample 
standard  deviation  may  be  taken  as  a  single  overall  estimate 
of  the  accuracy  of  any  one  of  the  standards.  This  view  assumes 
that  all  members  of  the  ensemble  randomly  partake  of  varia- 
tions in  the  parameters  and  are  stationary  over  the  time  requir- 
ed in  practice,  often  lengthy,  to  effect  the  comparisons. 

If  a  reference  standard  is  available,  then  accuracy  with 
respect  to  the  reference  standard  is  often  taken  simply  as  the 
mean  difference  of  successive  comparisons  for  independent 
adjustments  of  the  test  standard.  This  view  assumes  that  the 
precision  of  the  comparison  may  be  made  arbitrarily  small  by 
increasing  the  number  of  observations. 

Confusion  of  Terminology.  Various  authors  have  used  the 
concepts  explained  here  but  under  various  names.  We  thus 
find  "precision"  used  for  our  concept  of  "stability",  as  well  as 
for  our  concept  of  "reproducibility".  The  reader  is  cautioned 
against  this  confusion. 

Error  Sources  in  Cesium  Beam  Standards 

Systematic  errors  in  cesium  beam  standards  may 
arise  from  a  great  variety  of  sources.  Fortunately, 
however,  the  atomic  beam  magnetic  resonance  tech- 
nique used  in  cesium  standard  has  the  virtue  that 
most  of  these  errors  can  be  kept  quite  small,  providing 
that  reasonable  care  is  exercised  in  the  design  and  con- 
struction of  the  standard.  It  has  been  found  possible 
in  at  least  two  national  standards  laboratories  to 
reduce  the  combined  systematic  error  from  all  known 
sources  to  a  level  of  ±  1  x  10— u.  In  the  following 
discussion  an  attempt  will  be  made  to  mention  at 
least  briefly  all  the  known  error  sources  that  may 
contribute  significantly  to  the  inaccuracy  of  a  cesium 
standard.  In  some  case  quantitative  results  will  be 
given  based  on  the  authors'  experience  with  three 
independent  laboratory- type  standards  at  NBS.  The 
error  sources  will  be  grouped  depending  on  whether 
they  produce  a  displacement  of  the  resonance  line,  an 
asymmetrical  distortion  of  the  resonance  line  shape,  or 
an  erroneous  measurement  of  the  resonance  peak  even 
though  the  line  is  neither  displaced  nor  distorted. 

Errors  Which  Result  from  a  Displacement 
of  the  Resonance 
Uncertainty  in  Magnetic  Field.  The  dependence  of 
the  cesium  (4,  0)<— >(3,  0)  transition  frequency  on  the 
magnitude  of  the  uniform  magnetic  C  field  is  given  by 

v  =  v0  +  427  H*(x)  ,  (9) 

where  v  and  v0  are  in  Hz,  H  is  in  oersteds,  and  H2  (x) 
is  a  spatial  average  over  the  length  between  the  two 
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oscillating  field  regions.  Any  uncertainties  in  deter- 
ming  H2  (x)  will  lead  to  corresponding  errors  in  fre- 
quency measurements  referred  to  v0,  the  zero-field 
standard  frequency.  In  practice,  the  field  is  deter- 
mined from  frequency  measurements  of  various  field- 
sensitive  transitions  in  cesium  by  using  theoretical 
relations  between  frequency  and  field  magnitude.  The 
most  commonly  used  transitions  for  this  puspose  are 
the  low  frequency  transitions  between  the  various  mp 
levels  within  a  single  F  state,  such  as  the  (4,  — 4)< — ► 
(4,  — 3)  transition,  and  certain  microwave  transitions, 
such  as  the  (4,  1)«— >(3,  1)  transition  (see  Fig.  2).  The 
appropriate  frequency-field  relationships  are : 

v  =  3.5  x  105  H(x)  for  (4,  —4)      (4,  —  3)  (10) 

and 

v  =  »,+  7x  105  H{x)  for  (4,  1)  *->  (3,  1)  .  (11) 

The  value  of  H  (x)  obtained  in  this  manner  is  then 
normally  squared  and  used  in  equation  (9)  in  place  of 
H2  (x),  which  is  much  more  difficult  to  determine. 
Thus,  frequency  uncertainties  resulting  from  this 
procedure  arise  from  two  sources : 

(a)  uncertainties  in  the  value  of  H  (x),  and 

(b)  uncertainties  due  to  the  use  of  H  (zfforH2  (x). 
In  order  to  establish  the  uncertainty  in  frequency 

which  results  from  an  uncertainty  in  H  (x),  we  can 
give  H  (x)  a  constant  increment  zlH  and  compute  the 
resulting  Av  from  equation  (9).  Thus, 

v  +  Av  =  v0  +  427  [H(x)+AH]2  (12) 

=  v0  +  427  \H*¥)  +  2H{x)AH  +  (AH)2]  .  (13) 

Neglecting  the  square  of  the  differential  and  sub- 
tracting v  from  both  sides,  again  using  (9),  gives 

Av  =  2  (427)  HixjAH  .  (14) 
The  procedure  followed  at  NBS  for  determining 
the  uncertainty  in  H  (x)  consists  of  measuring  four 
different  independent  microwave  transitions  for  each 
setting  of  the  current  which  produces  the  C  field.  A 
least-square  fit  of  a  straight  line  is  made  to  these  data, 
and  the  uncertainty  to  be  associated  with  any  field 
value  obtained  from  this  calibration  is  taken  to  be  the 
computed  standard  deviation  of  a  point  from  this 
line.  This  error  contribution  amounts  to  +  1.9  x  10— 5 
oersted  or  +  1  x  10— 13  in  frequency  for  the  normal 
field  value  used  of  .050  oersted. 

Longitudinal  Non-uniformity  of  Magnetic  Field. 
The  uncertainty  from  the  second  source  mentioned 
arises  becauses  H2  (x),  which  is  the  quantity  that 
determines  the  true  value  of  v,  is  not  necessarily  equal 
to  H  (.r)2,  which  is  the  value  determined  and  used  in 
practice.  The  error  in  Hz  in  using  the  latter  quantity  is 
given  by 

Av  =  427  [H2(x)  —  H{xf]  .  (15) 

It  can  readily  be  shown  by  direct  substitution  that  if 
the  C  field  is  expressed  as 

H  (as)  =  H0  (x)  +  cl ,  (16) 

where  H0  (x)  is  the  non-uniform  residual  field  in  the 
drift-space  region  with  the  current  /  turned  off  and  c 
is  a  constant,  then 

Av  =  427[^(x)-H^(x)2].  (17) 
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If  sufficiently  detailed  knowledge  of  the  field  uniform- 
ity can  be  obtained  in  some  manner,  this  error  can  be 
evaluated  and  applied  as  a  correction  to  all  frequency 
measurements.  Fig.  6  shows  a  plot  of  the  residual 
field  uniformity  in  one  of  the  NBS  standards  obtained 
by  drawing  a  very  small  sensitive  magnetometer 
probe  along  the  drift-space  region  in  the  position 
normally  occupied  by  the  atomic  beam.  From  these 
data  [H2  (x)  —  H0  (x)2]  is  found  to  be  0.14  x  10-6 
oersteds2  resulting  in  a  frequency  error  given  by  equa- 
tion (17)  of  less  than  1  x  10— 14.  Since  this  non-uniform- 
ity is  measured  only  infrequently,  however,  and  is 
known  to  be  somewhat  dependent  on  external  condi- 
tions which  may  vary  with  time,  it  is  considered  pref- 
erable to  treat  the  computed  value  Av  as  an  uncer- 
tainty rather  than  a  known  correction. 

Transverse  Non-uniformity  of  Magnetic  Field.  Non- 
uniformity  of  field  across  the  beam  cross  section  may 
also  produce  frequency  errors.  This  effect  produces  a 
broadening  of  the  field-sensitive  microwave  resonance 
line  with  respect  to  the  field-insensitive  (4,  0)< — "(3,  0) 


Fig.  6.  Plot  of  the  variation  of  the  magnitude  of  the  residual  magnetic 
field  H0  (x)  along  the  length  of  the  C-field  region  in  NBS  II 

line,  thus  offering  a  means  of  detecting  the  existence 
of  this  condition. 

Doppler  Effects.  The  presence  of  first  and  second 
order  Doppler  effects  will  also  produce  a  displacement 
of  the  resonance.  In  general,  one  does  not  expect  any 
first  order  Doppler  shifts  in  this  type  of  standard, 
since  ideally  the  radiation  field  in  the  cavity  consists 
of  two  equal  traveling  waves  going  perpendicular  to 
the  velocity  of  the  atoms.  If,  however,  due  to  imper- 
fect alignment  the  atoms  have  a  component  of  their 
velocity  parallel  to  the  radiation  field  and  a  net  travel- 
ing wave  exists  in  the  cavity,  a  frequency  shift  Av 
may  occur  given  by 


.       1  -  R  v 
Av  =  — ^ —  v  —  sm  oc , 
R  c 


(18) 


where  R  is  the  power  reflection  coefficient,  v  is  the 
mean  speed  of  the  atoms  in  the  beam,  and  oc  is  the 
angle  between  the  waveguide  and  a  line  normal  to  the 
beam.  The  experimental  verification  of  such  a  shift 
has  not  as  yet  been  made  conclusively. 

The  unavoidable  second  order  Doppler  shift 
given  by 


Av 


=  v2j2  c2 


(19) 


amounts  to  about  3  x  10— 13  and  is  negligible  for  most 
present  applications. 

Electric  Fields.  Possible  frequency  shifts  due  to 
electric  fields  are  well  beyond  present  measurement 
precision  —  at  least  for  fields  on  the  order  of  a  few 
volts/cm.  (Haun  and  Zacharias,  1957). 

Errors  Which  Result  from  a  Distortion 
of  the  Resonance  Shape 
Longitudinal  Non-uniformity  of  Magnetic  Field.  If 
the  C-field  is  non-uniform  along  its  length  in  such  a 
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way  that  its  magnitude  at  the  two  localized  regions  of 
oscillating  field  is  not  equal  to  its  average  value  over 
the  entire  drift  space,  the  Ramsey  resonance  pattern 
will  not  be  centered  on  the  broad  Rabi  resonance 
pedestal.  The  resultant  asymmetrical  distortion  of  the 
Ramsey  line  will  lead  to  a  frequency  error,  since  the 
peak  of  the  line  is  then  shifted  from  its  undisturbed 
value.  Observation  of  the  symmetry  of  the  field- 
sensitive  microwave  transitions  such  as  the  (4,  * 
(3,  1)  provides  a  very  sensitive  indication  of  the  longi- 
tudinal non-uniformity.  The  amount  of  observed 
asymmetry  can  be  related  to  the  degree  of  non-uni- 
formity, thus  permitting  an  estimate  of  the  resultant 
error  to  be  made. 

Ramsey  has  shown  that  if  the  magnitude  of  the 
C  field  varies  within  the  small  oscillating  field  regions 
large  frequency  shifts  may  result.  (Ramsey,  1959). 
The  presence  of  such  a  shift  may  be  detected  rather 
easily,  since  the  amount  of  error  depends  strongly 
upon  the  intensity  of  the  radiation  field  in  the  cavity. 

Polarity  Dependent  Shifts.  In  a  number  of  stand- 
ards now  in  operation  frequency  shifts  of  up  to  1  x  10— 10 
have  been  observed  upon  reversing  the  polarity  of  the 
C  field.  (Bonanomi,  1962 ;  Beehler  and  Glaze,  1963 ; 
Essen,  Steele,  and  Sutcliffe,  1964).  The  sources 
of  these  shifts  have  been  attributed  to  either  a  Mill- 
man  effect  or  the  influence  of  a  rather  large  residual 
field  in  the  transition  region.  The  Millman  effect  is  due 
to  the  beam  experiencing  an  oscillating  field  which 
changes  direction  along  the  beam  path.  Such  a  condi- 
tion may  occur  if  there  is  leakage  of  the  radiation 
field  in  the  cavity  out  the  beam  entrance  and  exit 
holes.  Since  the  direction  of  the  resulting  frequency 
shift  changes  upon  reversal  of  the  C-field  direction, 
the  error  may  be  eliminated  by  making  frequency 
measurements  for  both  field  polarities  and  using  the 
mean  value. 

If  a  residual  static  field  exists  in  such  a  direction 
as  to  cause  the  magnitude  of  the  resultant  field  to 
vary  when  the  component  due  to  the  C-field  current  is 
reversed,  the  measured  transition  frequency  uncorrect- 
ed to  zero  field  will  depend  on  the  polarity.  However, 
in  this  case  the  value  of  H  given  by  the  field  calibra- 
tion will  also  depend  on  the  C-field  polarity  in  such  a 
way  that  no  error  should  result  in  the  measured  fre- 
quency referred  to  zero  field  after  the  427  H2  correc- 
tion is  applied  to  the  data. 

Phase  Difference.  If  a  difference  in  phase  exists 
between  the  radiation  fields  at  the  two  ends  of  the 
microwave  resonant  cavity,  the  Ramsey  resonance 
curve  will  be  distorted  asymmetrically  with  a  resulting 
frequency  error.  Although  in  an  ideal  lossless  single 
microwave  resonant  cavity  there  would  be  no  phase 
difference,  it  is  usually  found  in  practice  that  unavoid- 
able losses  and  electrical  asymmetry  do  exist  which 
cause  phase  shifts.  Kartaschoff  (Kartaschoff, 
1962)  has  shown  that  the  phase  shift  Acp  due  to  an 
electrical  asymmetry  |  in  length  units  in  a  cavity  of 
length  L  and  attenuation  constant  per  unit  length  oc 
can  be  expressed  as 

Acp  =  och^  ,  (20) 

where  /?  is  the  propagation  constant  of  the  waveguide. 
Since  the  phase  difference  Acp  will  result  in  a  frequency 

error  —  =  ,  where  Q  =  the  quality  factor  of  the 
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resonance  line,  the  frequency  shift  can  be  computed 
for  a  given  electrical  asymmetry.  Note  that  this 
particular  error  is  independent  of  beam  length.  These 
relations  place  rather  severe  mechanical  tolerances  on 
the  cavity,  since  an  asymmetry  of  only  0.12  mm  will 
produce  an  error  of  about  1  x  1CM2.  Experience  at 
NBS  has  shown  that  phase  shifts  sufficient  to  cause 
frequency  errors  of  1  x  10— 11  may  also  develop  grad- 
ually with  time  as  a  result  of  the  accumulation  of 
cesium  and  pump  oil  deposits  within  the  cavity  ends. 
Periodic  cleaning  of  the  cavity  structure  is  necessary 
in  this  case. 

A  means  of  detecting  the  presence  of  cavity  phase 
shifts  and  correcting  for  their  effect  is  provided  by  the 
fact  that  the  direction  of  the  resulting  frequency  shift 
from  the  true  value  changes  with  the  direction  in 
which  the  beam  traverses  the  cavity.  Therefore,  if  the 
standard  is  designed  to  allow  for  the  physical  rotation 
of  the  cavity  structure  by  180°  without  disassembly  of 
the  cavity,  or  if  the  direction  of  beam  traversal  can 
be  changed  by  interchanging  the  oven  and  detector, 
one-half  of  the  frequency  shift  observed  as  a  result  of 
either  of  these  operations  can  be  used  as  a  correction 
to  all  data,  so  that  only  the  uncertainty  in  deter- 
mining the  phase  shift  contributes  to  the  inaccuracy 
of  the  standard.  Both  methods  have  been  utilized  at 
NBS  with  the  tentative  conclusion  that  the  more 
reproducible  data  is  obtained  with  the  second  tech- 
nique, possibly  due  to  the  unavoidable  changing 
stresses  caused  by  actual  rotation  of  the  cavity.  The 
uncertainty  in  the  correction  as  determined  from  the 
reproducibility  is  ±  3  x  10-12  for  NBS  III.  Attempts 
have  also  been  made  in  some  laboratories  to  detect 
phase  shift  errors  by  a  careful  examination  of  the 
Ramsey  line  symmetry.  Signal-to-noise  ratios  achieved 
in  present  standards,  however,  limit  the  minimum 
detectable  asymmetry  to  amounts  corresponding  to 
frequency  shifts  of  1  x  10-10  or  greater. 

Cavity  Mistuning.  A  second  possible  error  source 
associated  with  the  microwave  cavity  is  the  cavity 
pulling  effect  which  occurs  if  the  resonance  frequency 
of  the  cavity  is  not  tuned  exactly  to  the  cesium  fre- 
quency. The  magnitude  of  this  shift  is  given  by 

AvL=(QclQL)2Avc,  (21) 

where 

Avl  =  the  frequency  error  of  the  Ramsey  line 
Avc  —  the  amount  by  which  the  cavity  is  mistuned 
Qc    —  the  Q  of  the  cavity 
Ql    =  the  Q  of  the  Ramsey  line. 

For  a  cavity  Q  of  5000  and  a  line  width  of  100  Hz  the 
calculated  shift  is  about  3  x  10— 13  for  a  1  MHz  detun- 
ing. In  practice,  the  cavity  can  usually  be  kept  tuned 
to  within  much  narrower  limits  than  ±  1  MHz. 

Neighboring  Transitions.  Another  possible  error 
contribution  which  may  be  quite  significant  under 
some  conditions  arises  from  distortion  of  the  line  by 
overlap  of  other  microwave  transitions  in  the  cesium 
spectrum.  Assuming  that  the  parallelism  of  the  C  field 
and  the  oscillating  fields  is  maintained  properly  so 
that  7i  transitions  (Amy  =  +  1)  are  not  excited,  the 
nearest  transitions  to  the  (4, 0)-> — >-(3, 0)  are  the 
(4,  1)^(3,  1)  and  (4,  —  1)  <— >  (3,  —1)  a  resonances 
(Amp  =  0)  which  are  located  symmetrically  above 
and  below  the  (4,  0)< — >-(3,  0)  in  frequency.  Ideally 


these  neighboring  lines  are  symmetric  about  the  (4,  0) 
■< — >-(3,  0)  both  in  frequency  and  intensity  so  that  no 
net  overlap  shift  should  occur.  However,  it  is  usually 
found  in  practice  that  due  to  imperfect  beam  align 
ment  the  amplitudes  of  these  two  neighboring  transi 
tions  are  not  equal.  The  resulting  shift  in  the  (4,  0)< — ► 
(3,  0)  frequency  in  this  case  depends  on  the  linewidths 
of  the  overlapping  lines,  the  amount  of  asymmetry 
existing  in  the  intensities,  and  especially  on  the  sepa- 
ration in  frequency  of  the  overlapping  lines  from  the 
(4,  0)< — >(3, 0)  (Mockler,  Beehler,  and  Snider. 
1960).  This  amount  of  separation  depends  on  the 
magnitude  of  the  C  field  according  to  (11),  so  that  the 
surest  way  of  avoiding  this  effect  is  to  operate  at  a 
sufficiently  high  C  field  —  normally,  above  0.040 
oersteds  —  so  that  significant  overlap  does  not  occur. 
In  some  of  the  early  NBS  work  on  cesium  standards 
at  fields  of  only  0.020  oersteds  it  was  discovered  that  a 
systematic  error  of  greater  than  4  x  10— 11  was  being 
introduced  into  the  data  from  an  overlap  effect. 

Spectral  Purity.  The  spectral  purity  of  the  micro- 
wave signal  used  to  excite  the  cesium  resonance  has 
been  found  to  be  extremely  important  (Barnes  and 
Mockler,  1960).  When  the  transition  is  excited  with 
a  signal  which  contains  sidebands  at  a  significant  level, 
particularly  if  the  sidebands  are  asymmetrically 
distributed  about  the  carrier,  large  frequency  shifts 
in  the  (4,  0)< — >-(3,  0)  standard  frequency  may  result. 
For  example,  excitation  of  the  cesium  resonance  in 
the  original  NBS  cesium  standard  at  one  time  yielded 
a  frequency  shifted  by  32  x  10-10.  Examination  of  the 
spectrum  using  a  high-resolution  ammonia-maser 
spectrum  analyzer  system  (Barnes  and  Heim,  1961) 
showed  the  presence  of  large,  asymmetrical  sidebands 
at  the  power  line  frequency  and  its  harmonics.  If  the 
excitation  contains  a  single  unbalanced  sideband  at  a 
frequency  vs,  the  frequency  shift  produced  is  (Ramsey, 
1956) 

Jv  =  As  W* 

vo       Ao  "o  (vo  -  v.)  ' 
A  s  =  amplitude  of  sideband 
A0  =  amplitude  of  carrier  at  v0 
W  =  resonance  width 
vQ    =  cesium  resonance  frequency. 

The  advantage  of  a  narrow  resonance  line  is  readily 
apparent.  This  relation  also  applies  if  A  is  the  diffe- 
rence in  amplitude  of  two  unbalanced  sidebands.  Since 
the  sideband  intensity  is  multiplied  by  the  factor  of 
frequency  multiplication,  those  which  originate  in  the 
driving  oscillator  (usually  near  5  MHz)  or  early  stages 
of  the  multiplier  chain  are  particularly  serious.  For 
example,  a  sideband  100  db  below  the  carrier  at  the 
oscillator  frequency  of  5  MHz  will  be  only  35  db  below 
the  carrier  at  cesium  frequency,  even  if  the  multiplier 
chain  adds  no  noise  of  its  own.  If  the  most  significant 
sidebands  are  due  to  power  line  frequencies  and  its 
harmonics,  as  is  often  the  case,  the  spectrum  may 
change  as  ground  loops  and  electrical  connections  are 
changed  in  the  laboratory  resulting  in  time-varying 
frequency  errors.  Ideally,  the  spectrum  of  the  excita- 
tion should  be  monitored  frequently  with  a  high- 
resolution  spectrum  analyzer.  As  a  practical  compro- 
mise at  NBS,  the  beat  frequency  at  approximately 
100  Hz  between  the  normal  cesium  excitation  signal 
and  a  similar  signal  from  another  oscillator-multiplier 
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chain  system  which  is  known  to  have  a  clean  spectrum 
is  monitored  regularly  on  an  oscilloscope.  The  presence 
of  noise,  modulations,  or  other  deviations  from  a 
sinusoid  are  watched  for.  This  simple  system  is 
sufficiently  sensitive  that  on  several  occasions  undesi- 
rable modulations  have  been  detected  which  were 
causing  frequency  errors  of  less  than  2  x  10— u. 

Errors  Which  are  Present  Even  When  the  Resonance 
[is  Perfect 

Some  contribution  to  inaccuracy  arise  because  of 
errors  involved  in  the  measurement  of  the  resonance 
peak,  even  though  the  line  itself  is  undistorted  and 
not  displaced. 

Random  Fluctuations.  Fig.  7  shows  data  from  a 
48-hour  continuous  comparison  of  two  independent 
cesium  standards,  designated  NBS  II  and  NBS  III, 
maintained  at  'the  National  Bureau  of  Standards 
(NBS)  in  Boulder,  Colorado.  Each  plotted  point, 
representing  the  difference  frequency  averaged  over  1 
hour,  is  the  mean  of  twenty  3 -minute  measurements 
of  the  period  of  the  beat  frequency.  The  length  of  the 
vertical  bar  drawn  at  each  point  represents  the  com- 
puted standard  error  of  the  1-hour  observation  (stand- 
ard deviation  of  the  mean  of  the  twenty  3-minute 
averages)  and  is  thus  an  estimate  of  the  relative  preci- 
sion of  this  process.  This  precision  figure  is  typically 
±  7  x  10-13  for  this  data. 

A  second  estimate  of  the  frequency  fluctuations 
appropriate  for  1  hour  averaging  times  can  be  obtain- 
ed from  these  data  by  computing  the  standard  devia- 
tion of  the  48  1-hour  averages.  This  value  is  + 1  x  10  -12. 
It  can  easily  be  shown  that  if  the  measurement  process 
is  in  statistical  control  —  i.  e.,  the  individual  3-minute 
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'CT  STANDARD  DEVIATION  OF  THE  MEAN  OF  I  HOUR  AVERAGES  0.14x10" 


Fig.  7.  48-hour  stability  comparison  between  two  cesium  standards  at  the 
National  Bureau  of  Standards  (NBS  II  vs  NBS  III  December  18—  20, 
1963) 

averages  behave  as  random  samples  from  a  stable 
probability  distribution  —  these  two  estimates 
should  be  equal.  In  view  of  the  reasonably  good 
agreement  observed  we  can  predict,  in  a  probability, 
sense,  that  for  any  similar  1-hour  frequency  measure- 
ment the  uncertainty  in  the  result  produced  by  the 
random  variations  would  be  about  +  1  x  10— 12. 
Although,  in  principle,  it  is  possible  to  reduce  this 
uncertainty  to  an  insignificant  level  by  making  the 
measurement  time  sufficiently  long,  it  is  normally 
impractical  to  do  so. 

The  primary  source  of  these  random  fluctuations 
is  the  shot  noise  from  the  beam  itself.  The  process  by 
which  a  fluctuation  in  beam  current  may  result  in  a 
frequency  fluctuation  of  the  oscillator  controlled  by 
the  atomic  resonance  may  be  thought  of  in  the  follow- 
ing way.  The  servo  system,  as  we  have  noted  pre- 


viously, responds  to  components  of  the  detected  beam 
current  which  are  at  or  very  near  the  modulation 
frequency.  Such  a  component  will  normally  occur  only 
when  the  microwave  frequency  is  not  exactly  equal 
to  the  cesium  frequency.  However,  even  if  the  micro- 
wave frequency  is  exactly  tuned  to  the  resonance 
peak,  a  beam  fluctuation  will  have  a  frequency  spec- 
trum containing  components  at  or  near  the  modula- 
tion frequency.  The  servo  system  will  interpret  this 
component  as  a  legitimate  error  signal  and  correct  the 
oscillator  accordingly,  producing  a  momentary  error 
in  the  controlled  oscillator's  frequency.  The  manner  in 
which  this  resulting  instability  depends  upon  the  more 
significant  beam  tube  parameters  may  be  seen  from 
the  much-simplified  resonance  line  shape  shown  in 
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Fig.  8.  Simplified  resonance  line  shape  for  illustrating  the  relation  between 
frequency  fluctuations  due  to  beam  fluctuations  and  the  signal-to-noise 
ratio  and  linewidth 

Fig.  8.  In  this  plot  /s  is  the  peak  detected  current  at 
the  resonance  maximum,  W  is  the  full  resonance 
width  where  I  =  Ig/2,  In  represents  a  fluctuation  of 
the  beam  current,  and  Av  is  the  corresponding  fre- 
quency fluctuation.  Using  the  relation  between  the 
two  similar  triangles  with  sides  Av  and  In  in  one  case 
and  W/2  and  Js/2  in  the  other,  we  can  write  imme- 
diately : 

zlv  _  W/2  _  W 
In  ~  77/2  ~  77 
or 

±  =  EI^.  (24) 

Now,  if  we  make  the  reasonable  assumption  that  the 
main  source  of  beam  fluctuations  is  shot  noise,  we 
can  use  the  fact  that  P\  oc  B,  where  B  is  the  band- 
width of  the  detection  system  by  writing : 

(25) 

where  is  the  mean  square  noise  current  per  unit 
bandwidth.  From  (24)  and  (25)  we  have. 

fAv\  =W<^n 

\v0Jrms     va  Is 
Finally,  since  B  =  1/T,  where  T  =  the  time  over  which 
the  measurement  is  made,  we  get 

/Av\ 

V  v0  J  RMS 

This  expression  shows  the  advantages  of  a  narrow 
resonance  line,  high  signal-to-noise  ratio,  and  long 
measuring  time  in  minimizing  frequency  instability 
due  to  beam  fluctuations.  A  more  detailed  considera- 
tion of  the  observed  frequency  instability  would,  of 
course,  have  to  take  into  account  the  influence  of  the 
servo  system  corrections  (Cutler,  1964;  Karta- 
schoff,  1964;  Lacey,  Helgesson,  and  Holloway, 


I, 


(27) 
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1964),  but  relation  (27)  is  nevertheless  very  useful  for 
comparing  various  beam- system  designs. 

Servo  Errors.  Systematic  errors  resulting  from 
imperfections  or  misadjustments  in  the  servo  system 
used  to  develop  a  correction  signal  for  electronically 
locking  a  quartz  oscillator  to  the  cesium  resonance 
frequency  also  fit  into  this  category.  The  main  problem 
here  is  second  harmonic  distortion  of  the  modulation 
signal  which  is  usually  chosen  to  be  in  the  range 
20 —  100  Hz.  The  source  of  the  distortion  may  be  in 
the  modulation  oscillator  itself  or  in  the  modulation 
circuitry  due  to  non-linear  response.  The  resulting 
frequency  shift  is 

Av  =  1/2  D  va  sin  a,  where  (28) 
100  D  =  percent  second  harmonic  distortion, 

yA  =  peak  frequency  deviation  of  the  modula- 
tion, and 

oc  =  phase  of  the  second  harmonic  relative  to 
the  fundamental. 

Since  the  peak  frequency  deviation  of  the  modulation 
is  usually  set  to  about  one  half  of  the  resonance  line 


Table  1 .  Contributions  to  Inaccuracy  for  NBS  III  Cesium  Standard 


other  servo  components,  but,  in  general,  these  must 
be  evaluated  for  each  particular  servo  system. 

Multiplier  chains  may  also  contribute  errors  if 
transient  phase  shifts,  such  as  due  to  temperature 
variations,  are  present.  This  effect  may  cause  the 
output  frequency  to  depart  from  an  exact  integral 
multiple  of  the  input  for  significant  periods  of  time. 
Since  it  is  actually  the  output  microwave  frequency 
that  is  maintained  by  the  servo  system  in  synchronism 
with  the  cesium  resonance,  the  chain  input  frequency 
from  the  controlled  oscillator  will  be  in  error  in  this 
case. 

Most  investigators  have  found  no  definite  depen- 
dence of  the  frequency  on  the  microwave  power  level 
over  reasonable  ranges  of  power  both  up  and  down 
from  the  level  corresponding  to  optimum  transition 
probability.  However,  the  frequency  shifts  resulting 
from  some  of  the  other  error  sources  may  be  power 
dependent. 


Source  of  Uncertainty 

1  a  estimate 
in  parts  in  1012 

3  a  estimate 
in  parts  in  1012 

1 .  Uncertainty  in  H  (x) 

±0.1 

±0.3 

2.  Use  of  H  (a)2  for  H2  (x) 

±0.1 

3.  Doppler  shifts 

±  1.0 

4.  Distortion  effects  arising  from 

±  0.5 

C-field  non-uniformity 

5.  Millman  effect 

±  0.5 

6.  Uncertainty  in  cavity  phase  shift 

±  3.0 

7.  Cavity  mistuning 

±  0.1 

8.  Overlap  of  neighboring  transitions 

9.  Spectral  purity  of  excitation 

±  1.0 

±  2.0 

10.  Random  measurement  errors  (1  hr.) 

±1.0 

±  3.0 

11.  2nd  harmonic  distortion  of  servo 

modulation 

±  0.5 

12.  Miscellaneous  servo-system  effects 

±  2.0 

13.  Multiplier  chain  transient  phase  shifts 

±  1.0 

14.  Microwave  power 

±  1.0 

Total  3  a  Estimated  Uncertainty 

(Square  root  of  sum  of  squares) 

±5.6 

width  for  optimum  signal-to-noise  ratio,  the  frequency 
error  is  less  for  a  narrow  resonance.  Equation  (28) 
shows  that  if  this  error  is  to  be  kept  less  than  5  X  10-12 
in  a  standard  with  a  100  Hz  line  width,  the  distortion 
level  must  be  held  below  0.2%  (assuming  the  worst 
case  for  the  phase).  One  of  the  simplest  checks  for  the 
presence  of  this  error  is  to  measure  the  frequency  of 
the  controlled  oscillator  as  a  function  of  Vd-  If  a  depen- 
dence is  found,  the  second-harmonic  distortion  can 
sometimes  be  greatly  reduced  by  inserting  narrow- 
band rejection  filters  tuned  to  the  second  harmonic 
at  appropriate  points  in  the  servo  system.  Square- 
wave  modulating  signals  have  also  been  employed  in 
some  systems  instead  of  the  usual  sinusoidal  form  in 
order  to  reduce  distortion  at  the  source. 

Other.  Careful  circuit  construction  techniques  have 
been  found  necessary  to  prevent  pickup  at  the  modula- 
tion frequency  and,  in  particular,  to  keep  signals  from 
the  modulator  portion  from  leaking  into  the  sensitive 
error- signal  processing  circuitry.  Other  errors  are 
possible  which  are  related  to  imperfections  in  certain 


Combination  of  Errors 
The  process  of  determining  an  accuracy  figure  for 
a  particular  standard  then  consists  of  evaluating  by 
one  means  or  another  the  extent  to 
which  contributions  from  the  various 
sources  mentioned  above  may  affect 
the  accuracy  of  frequency  measure- 
ments. These  individual  contribu- 
tions must  then  be  combined  in  some 
sense  to  arrive  at  an  overall  accu- 
racy figure.  Since  the  above  contri- 
butions may  reasonably  be  considered 
to  be  independent  in  the  statistical 
sense,  the  combined  uncertainty  may 
be  taken  as  the  square  root  of  the 
sum  of  the  squares  of  the  individual 
uncertainties. 

An  example  of  this  procedure  is 
summarized  in  Tab.  1,  which  gives 
the  estimated  individual  contribu- 
tions to  inaccuracy  for  the  newest 
NBS  cesium  standard,  NBS  III. 
The  individual  estimates  given 
are  subject  to  the  following  con- 
ditions : 

(a)  In  most  cases  the  estimates  are  considered  to 
be  reasonable  limits  of  error,  approximately  corre- 
sponding to  3  a  estimates.  Exceptions  are  the  esti- 
mated uncertainties  due  to  H  (x)  (Item  1)  and  random 
errors  (Item  10),  which  were  determined  by  statistical 
analysis  as  1  a  limits. 

(b)  The  estimates  involving  C-field  effects,  cavity 
phase  shift,  spectrum  of  the  excitation,  and  servo 
effects  are  rechecked  periodically. 

(c)  The  estimates  involving  first  order  Doppler 
shift  and  multiplier  chain  transients  are  considered 
somewhat  tentative,  at  present,  due  to  a  lack  of 
conclusive  experimental  evidence  in  these  areas. 

Present  accuracy  figures  quoted  for  NBS,  NPL, 
and  Neuchatel  are  +  5.6  x  10-12,  ±  3  x  10-11,  and 
+  1  X  10— 11,  respectively.  There  is  some  variation  in 
the  methods  used  to  make  these  estimates. 

Cesium  Standards  in  Operation 

Cesium  standards  presently  in  operation  may  be 
usefully  classified  as  laboratory  standards  or  commer- 
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cial  standards.  The  laboratory  standards  are  those 
instruments  which  are  capable  of  independent  evalua- 
tion by  the  controlled  variation  of  the  many  operating 
parameters  discussed  above.  They  are  intended  for 
stationary  rather  than  transportable  use.  Thus  they 
may  have  more  elaborate  power  supplies,  vacuum 
systems,  signal  sources,  environmental  control,  etc. 
The  commercial  standards  have  the  objective  of 
transportable  use  in  varied  environments,  often  under 
limitations  of  size,  weight,  and  power  consumption. 
They  are  characterized  by  fixed  design  as  a  result  of 
prior  laboratory  research  and  development. 

The  design  and  performance  characteristics  of 
most  of  the  laboratory  and  commercial  standards  are 
available  from  the  references.  Thus  we  have  elected 
merely  to  tabulate  a  few  of  the  characteristics  in 
Tab.  2  and  3  for  the  sake  of  illustration. 

Accuracy  of  a  cesium  beam  frequency  standard  is 
enhanced  by  providing  a  small  line  width  and  a  large 


signal  to  noise  ratio,  as  previously  discussed.  The 
requirement  of  small  line  width  calls  for  a  long  interac- 
tion length,  but  the  requirement  of  good  signal-to- 
noise  ratio  calls  for  a  short  beam  length  in  order  to 
enjoy  large  aperture  beam  optics. 

The  laboratory  instruments  have  in  general 
elected  to  favor  small  line  width  by  using  a  long 
interaction  length.  They  overcome  the  shot  noise 
error  by  accepting  sufficiently  long  averaging  times 
according  to  (27). 

The  commercial  instruments  have  been  forced  to 
short  tubes  by  size  limitations.  They  have  tended  to 
compensate  in  two  ways.  The  first  is  greater  use  of 
velocity  selection  of  slow  atoms,  and  the  second  is  use 
of  larger  aperture  and  more  sophisticated  beam  optics 
to  improve  the  signal-to-noise  ratio.  This  has  a  further 
benefit  of  improved  stability  over  short  averaging  times. 

Intensive  further  development  of  the  commercial 
standards  is  continuing  with  the  objective  of  further 


Table  2.  Characteristics  of  Certain  Laboratory  Cesium  Beam  Standards 


Instrument 

Approximate 
Date  Of  First 
Operation 

Interaction 
Length  (cm) 

oc* 
xlO-4 
cm-*—1 

vjtx 

Observed 
Line 
Width  (Hz) 

Servo  ? 

Ascribed 
Accuracy 
x  1011 

Reference 

NPL-I 

(Csl) 

1955 

47 

2.44 

1 

330 

No 

±  100 

Essen  and  Parry, 
1955;  Essen  and 
Parry,  1957. 

NPL-II, 
Mod.  1 

1959 

265 

2.30 

0.9 

52 

No 

±3 

Essen,  Steele,  and 

SUTCLOTFE,  1964. 

NBS-I 

1959 

55 

2.3 

1.1 

300 

No 

±1 

Beehler,  Atkinson, 
Heim,  and  Snider, 
1962. 

NBS-II 

1960 

164 

2.3 

1.3 

120 

Yes 

±1 

Beehler,  Atkinson, 
Heim,  and  Snider, 
1962. 

NBS-III 

1963 

366 

2.3 

1.5 

48 

Yes 

±  0.6 

Beehler  and  Glaze, 
1965. 

LSRH-I 

1959 

100 

2.16 

No 

LSRH-II 

1960 

409 

2.25 

0.7 
1.1 

20 
35 
42 

Yes 

±1 

Kartaschoff,  1962 
Kartaschoff,  1964. 

NRC-1 

1958 

80 

230 

No 

100 

Kalra,  Bailey,  and 
Daams,  1959. 

a  is  the  most  probable  velocity  of  the  Maxwell-Boltzmann  distribution  in  the  oven. 

Table  3.  Characteristics  of  Certain  Commercial  Cesium  Beam  Standards 


Instrument 
Model  No. 

Interaction 
Length 
(cm) 

a*  xlO-4 
cm-s— 1 

v/oi 

Observed 
Linewidth  (Hz) 

Ascribed 
Accuracv 
x  10n" 

Reference 

NC-1001  (National  Company) 

94 

2.1 

0.86 

125 

120 
(100) 

Reder,  1963 
(data  sheet) 

NC-1501  (National  Company) 

24 

2.2 

0.64 

375 

±  20 

NC-1601  (National  Company) 

11 

2.2 

0.4 

500 

±  50 
(data  sheet) 

NC-2001  (National  Company) 

90 

2.2 

0.63 

100 

5 

>» 

HP-5060  A  (Hewlett- 
Packard  Company) 

12.4 

530 

±2 

Bagley  and  Cutler, 
1964,  Hewlett-Packard 
Data  Sheet  (8/6/64) 

P&  B-3120  (Pickardand 
Burns  Electronics) 

260 

±5 

Pickard  and  Burns 
Data  Sheet  124 

*  «  is  the  most  probable  velocity  of  the  Maxwell-Boltzmann  distribution  in  the  oven. 
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improving  accuracy,  stability,  packaging,  and  resis- 
tance to  environmental  changes.  Improvements  of  one 
or  two  orders  of  magnitude  are  sought.  The  reader  is 
advised  to  search  the  current  periodical  and  report 
literature  for  details. 

Comparison  of  Standards 

The  intercomparison  of  independent  cesium  beam 
standards  provides  an  important  check  upon  the 
estimates  of  accuracy  assigned  to  the  standards  and 
should  certainly  be  taken  into  account  in  any  final 
accuracy  assignments. 

Direct  Comparison.  If  the  standards  are  located 
within  the  same  laboratory  the  comparison  is  usually 
straightforward  and  can  be  made  with  high  precision. 
An  example  of  this  sort  of  comparison  is  the  direct 
measurement  of  the  difference  frequency  between 
NBS  II  and  NBS  III  over  a  48-hour  period,  the  results 
of  which  are  shown  in  Fig.  7.  Repeated  measurements 
of  this  type  over  an  extended  time  have  shown  the 
average  frequency  difference  between  these  two  inde- 
pendent standards  to  be  3  x  10— 12,  which  is  consistent 
with  the  quoted  accuracies  of  ±  1  x  10-11  and 
±  5.6  x  10-12  for  NBS  II  and  NBS  III,  respectively. 

Frequency  Comparison  by  Radio.  In  order  to 
compare  standards  in  different  locations,  such  as  the 
various  primary  standards  of  frequency  maintained 
by  the  national  standards  laboratories,  several  diffe- 
rent techniques  have  been  employed.  The  most  widely 
used  technique  is  the  simultaneous  (or  approximately 
so)  measurement  of  one  or  more  standard  frequency 
transmissions  by  a  number  of  different  laboratories  in 
terms  of  their  own  atomic  standard.  Analysis  of  these 
data  yields  values  for  the  differences  among  the 
monitoring  cesium  standards,  although  uncertainties 
due  to  propagation  effects  usually  limit  the  precision 
of  this  type  of  comparison  to  one  or  two  parts  in  1011, 
even  when  averages  over  many  months  are  used.  Best 
results  are  generally  obtained  for  international  com- 
parisons when  VLF  transmissions,  such  as  NBA 
(24  kHz)  and  GBR  (16  kHz),  are  utilized. 

Morgan,  Blaer,  and  Crow  (1965)  have  used  a 
statistical  anal ysis-of- variance  technique  on  18  months 
of  VLF  monitoring  data  from  seven  different  labora- 
tories in  the  United  States,  Europe,  and  Canada  in 
order  to  separate  the  variance  of  the  observations  at 
each  laboratory  into  three  components :  (a)  long-term 
mean  differences  among  the  atomic  standards;  (b) 
effects  of  the  fluctuations  of  the  receiving  system, 
propagation  effects  peculiar  to  the  particular  radio 
path,  and  measurement  errors;  and  (c)  fluctuations 
of  the  transmitter  signals  and  propagation  effects 
common  to  all  the  radio  paths.  They  concluded  that 
during  the  July  1961-December  1962  period  consider- 
ed the  means  of  all  seven  atomic  frequency  standards 
(commercial  and  laboratory  types)  agreed  with  the 
grand  mean  to  within  +  2  x  10-10,  while  the  means 
of  the  four  laboratory-type  standards  agreed  with 
their  grand  mean  to  within  +  1  x  10-10.  An  indica- 
tion of  the  components  of  measurement  fluctuations 
as  observed  at  each  of  seven  different  laboratories  is 
given  in  Tab.  4  and  5  for  GBR  and  NBA,  respectively. 
The  values  of  the  deviations  of  the  18  month 

mean  for  each  atomic  standard  from  the  18  month 
grand  mean.  These  figures  give  an  idea  of  the  degree  to 
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which  agreement  among  independent  standards  was 

attained  and  maintained  over  18  months.  The  "r 
average"  values  are  essentially  an  average  standard 
deviation  associated  with  the  day-to-day  fluctuations 
of  the  transmitted  signal  plus  propagation  effects 
common  to  all  radio  paths.  Similarly,  the  "Av.  a" 
values  represent  average  standard  deviations  associat- 
ed with  day-to-day  fluctuations  in  the  receiving 
system,  including  effects  peculiar  to  the  particular- 
propagation  path,  measurement  errors,  as  well  as 
fluctuations  in  the  local  standard  itself.  Although  the 

T  and  &i  are  of  comparable  magnitude  to  the  varia- 
tions in  the  standards  among  each  other  (xf  —x), 
the  statistical  treatment  enables  all  these  effects  to  be 
separated  and  estimated. 

Time  Scale  Comparison.  Another  technique  which 
has  been  used  very  successfully  for  the  comparison 
of  atomic  standards  at  remote  installations  involves 
the  comparison  of  independent  time  scales  based  on 
each  of  the  cesium  standards.  For  example,  the  NBS-A 
atomic  time  scale  and  the  TAj  atomic  time  scale  based 
on  the  laboratory  cesium  standards  at  the  National 
Bureau  of  Standards,  Boulder,  Colorado,  USA  and 
at  the  Laboratoire  Suisse  de  Recherches  Horlogeres, 
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Neuchatel,  Switzerland,  respectively,  have  been  com- 
pared since  1958  (Bonanomi,  Kartaschoff,  New- 
man, Barnes,  and  Atkinson,  1964).  Fig.  9  is  a  plot 
of  the  difference  between  the  time  scales  as  a  function 
of  epoch,  where  the  ordinate  is  the  reception  time  of  the 
WWV  time  signals  at  Neuchatel  on  the  TAj  scale 
minus  the  emission  time  of  the  time  signals  on  the 
NBS-A  scale.  Exact  agreement  of  the  two  frequency 
standards  would  be  indicated  on  this  plot  by  a  hori- 
zontal line.  The  obvious  improvement  occurring  in 
1960  was  due  to  a  change  in  standards  at  LSRH  from 
an  ammonia  maser  to  a  cesium  standard  and  to  the 
adoption  of  NBS  II  as  the  standard  at  NBS.  The 
divergence  of  the  scales  equivalent  to  about  8  x  10-11 
occuring  from  1961.6  to  1962.1  was  due  to  a  temporary 
magnetic  shielding  problem  with  the  LSRH  standard 
as  reported  by  Kartaschoff  (Kartaschoff,  1962). 
If  the  observed  rate  of  divergence  of  the  two  time 
scales  from  1960.5 —  1961.6  and  since  1962.2  is  attri- 
buted entirely  to  a  systematic  difference  between  the 
two  cesium  standards,  a  frequency  difference  of 
1  x  10— 11  is  indicated.  This  result  is  consistent  with 
the  quoted  accuracy  figures  for  both  standards. 

Portable  Standards.  Still  another  method  of  com- 
paring two  frequency  standards  at  remote  installa- 
tions involves  carrying  a  portable  standard  between 
the  two  laboratories,  making  frequency  comparisons 
at  both  locations  with  the  assumption  that  the  portable 
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Table  4.  Errors  in  Terms  of  GBR  Data  and  Indicated  Standards 

x  Average*  =  1.26  x  10-10 
di  Average*  per  Station  as  follows : 


Station 

(Xi  -  X)  X  1010 

Av.  di  x  1 010 

No.  Days 
Observed 

CNET 

1.68 

1.05 

278 

ORUJb  1 

-0.78 

0.41 

160 

LSRH 

-1.04 

0.39 

244 

NBS 

-0.68 

0.66 

244 

NOB 

-0.34 

0.62 

278 

NPL 

+0.05 

1.00 

278 

NRC 

+0.65 

1.97 

222 

*  RMS  weighted  Average 


Station  Identifications 

CNET  Centre  National  d'Etudes  des  Telecommunications, 
Bagneux,  Seine,  France  (Commercial  standard). 

CRUPT  Cruft  Laboratories,  Harvard  University,  Cambridge, 
Massachusetts,  USA  (Commercial  standard). 

LSRH  Laboratoire  Suisse  de  Recherehes  Horlogeres, 
Neuchatel,  Switzerland  (Laboratory  standard). 

NBS  National  Bureau  of  Standards,  Boulder,  Colorado, 
USA  (Laboratory  standard). 

NOB  U.  S.  Naval  Observatory,  Washington,  D.  O,  USA 
(Radio  average  of  9  standards). 

NPL  National  Physical  Laboratory,  Teddington,  Middle- 
sex, England  (Laboratory  standard). 

NRC  National  Research  Council,  Ottawa,  Ontario,  Canada 
(Laboratory  standard). 


Table  5.  Errors  in  Terms  of  NBA  Data  and  Indicated  Standards 

t  Average*  =  0.68  x  lO^10 
dt  Average*  per  Station  as  follows : 


Station 

{xt  -  x)  x  1010 

Av.  di  x  1010 

No.  Days 
Observed 

CNET 

1.89 

0.95 

197 

CRUFT 

-1.05 

1.13 

131 

LSRH 

-0.99 

0.63 

197 

NBS 

-0.66 

0.63 

161 

NOB 

-0.27 

0.51 

197 

NPL 

-0.28 

1.24 

102 

NRC 

+1.30 

1.82 

113 

*  RMS  weighted  Average 


Station  Indentifications 

CNET  Centre  National  d'Etudes  des  Telecommunica- 
tions, Bagneux,  Seine,  France  (commercial  standard). 

CRUFT  Cruft  Laboratories,  Harvard  University,  Cambridge, 
Massachusetts,  USA  (commercial  standard). 

LSRH  Laboratoire  Suisse  de  Recherehes  Horlogeres, 
Neuchatel,  Switzerland  (laboratory  standard). 

NBS  National  Bureau  of  Standards,  Boulder,  Colorado, 
USA  (laboratory  standard). 

NOB  U.  S.  Naval  Observatory,  Washington,  D.  O,  USA 
(commercial  standard). 

NPL  National  Physical  Laboratory,  Teddington,  Middle- 
sex, England  (laboratory  standard). 

NRC  National  Research  Council,  Ottawa,  Ontario,  Canada 
(laboratory  standard). 

standard's  frequency  remains  stable  between  labora- 
tories. This  type  of  measurement  has  been  made 
feasible  by  the  recent  development  of  highly-stable 
portable  commercial  cesium  and  rubidium  standards. 
In  June  1964,  two  commercial  cesium  standards  which 
had  been  taken  to  Switzerland  for  an  instrument 
exhibition  were  compared  with  the  long  cesium 
standard  at  LSRH  in  Neuchatel  (Bagley  and  Cutler, 
1964).  Four  days  later  the  commercial  instruments 
were  measured  in  terms  of  the  NBS  standard  in 
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Boulder,  Colorado,  after  being  kept  in  continuous 
operation  during  the  intervening  time.  The  results  of 
these  measurements  again  showed  the  Swiss  and  U.  S. 
standards  to  be  in  agreement  to  better  than  1  x  10— 11 . 
The  assumption  of  perfect  stability  of  the  commercial 
standards  between  comparisons  did  not  appear  to 
limit  the  measurements  in  view  of  the  excellent  long- 
term  stability  demonstrated  by  these  instruments 
during  one  week's  continuous  operation  in  Switzerland. 

Atomic  Time  Standards 

Construction  of  Atomic  Time  Scales.  An  atomic 
time  scale  based  upon  the  cesium  transition  can  be 
constructed  in  several  different  ways.  Basically,  one 
needs  to  have  some  means  of  accumulating  cycles  of 
the  periodic  phenomenon  (in  this  case,  the  cesium 
transition  frequency)  providing  the  unit  from  an 
arbitrarily  chosen  origin.  Since  most  cesium  standards 
employ  a  quartz -crystal  oscillator  which  is  electroni- 
cally locked  to  the  cesium  resonance,  the  most  direct 
method  would  be  to  divide  the  quartz  oscillator 
frequency  down  to  a  suitable  value  for  driving  a  clock 
directly.  Because  of  the  practical  difficulty  in  keeping 
a  complex  system  such  as  a  cesium  standard  in 
continuous  operation,  however,  an  indirect  technique 
has  usually  been  used  in  which  the  clock  is  driven  by 
a  free-running  quartz  oscillator  of  nominal  frequency 
vn  which  is  periodically  calibrated  in  terms  of  the 
cesium  standard  to  give  its  actual  frequency  va-  These 
calibrations  are  then  used  to  convert  the  sufficiently 
short  indicated  quartz  time  Ar  to  atomic  time  At 
according  to  the  relation  At  =  {vnjva)  Ax  with  the 
assumption  that  the  oscillator  frequency  has  drifted 
linearly  between  calibration  points.  The  interval 
between  calibrations  ranges  from  .1  day  for  the  A.l 
(see  below)  and  NBS-A  scales  to  10  days  for  the  TAX 
scale.  Errors  introduced  by  departure  of  the  actual 
oscillator  drift  from  linearity  as  assumed,  due  to 
inherent  oscillator  noise  and  other  causes,  have  been 
studied  by  a  number  of  people  (for  example,  de  Prins, 
1961). 

Particular  Time  Scales.  The  various  atomic  time 
scales  presently  in  use  differ  essentially  only  in  the 
particular  cesium  standard  or  standards  chosen  for  the 
basis  of  the  scale.  Thus,  the  A.l  atomic  time  scale 
developed  at  the  United  States  Naval  Observatory  in 
1958  is  based  upon  a  weighted  average  of  9  different 
laboratory  and  commercial  cesium  standards  located 
in  various  laboratories  throughout  the  world  (Marko- 
witz,  1962  IRE).  The  published  daily  measurements 
of  certain  standard  frequency  transmissions,  such  as 
NBA  and  GBR,  in  terms  of  the  various  cesium  stand- 
ards are  utilized  to  determine  the  frequency  of  the  A.l 
master  oscillator  in  terms  of  the  weighted  average. 
The  origin  of  the  A.l  scale  is  chosen  to  be  at  0h  0m  0s 
on  the  UT  2  time  scale  on  1  January  1958*. 

The  TAj  scale  established  in  Switzerland  by  the 
Neuchatel  Observatory  is  based  upon  the  cesium 
resonance  frequency  as  indicated  by  the  cesium  stand- 
ard at  the  Laboratoire  Suisse  de  Recherehes  Horloge- 
res (since  1960)  (Bonanomi,  Kartaschoff,  Newman, 

*  UT  2  is  one  of  the  Universal  Time  scales  based  on  the 
rotation  of  the  earth.  Its  rate  is  a  measure  of  the  mean  speed 
of  rotation  of  the  earth  with  known  periodic  variations  remov- 
ed. UT  2  is  still  not  uniform  time,  however,  because  of  pro- 
gressive changes  in  the  speed  of  rotation  of  the  earth. 
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Barnes,  and  Atkinson,  1964).  The  origin  of  this  scale 
was  set  to  coincide  with  Ephemeris  Time  at  0h  0m  0s 
UT  2  on  1  January  1958*. 

Similarly,  the  NBS-A  atomic  time  scale  is  based 
upon  the  United  States  Frequency  Standard  (USFS) 
maintained  at  the  National  Bureau  of  Standards, 
Boulder,  Colorado,  USA. 

The  epoch  of  this  scale  was  set  to  be  approximately 
equal  to  that  of  UT  2  at  0h  0m  0s  on  1  January  1958. 
The  NBS-UA  scale  is  also  based  on  the  USFS  but  the 
frequency  offsets  and  step  adjustments  in  epoch  as 
announced  by  the  Bureau  International  de  l'Heure  in 
Paris  are  incorporated,  resulting  in  an  interpolated 
"universal"  time  scale  based  on  an  atomic  time  scale. 
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Fig.  10.  Block  diagram  of  the  NBS-A  atomic  time  scale 

A  block  diagram  of  the  components  of  the  NBS-A 
scale  is  shown  in  Fig.  10.  Each  of  the  5  oscillator-clock 
combinations  operates  independently  of  all  others  and 
a  weighted  average  constitutes  the  time  scale.  A  detai- 
led description  of  the  construction,  operation,  and 
results  of  the  NBS-A  and  NBS-UA  scales  will  be 
published  (Barnes,  1965). 

Synchronization  of  Clocks.  A  problem  of  interest 
involves  the  synchronization  of  clocks  at  remote 
locations.  Interesting  and  novel  techniques  have  been 
utilized  during  recent  years  for  this  purpose,  including 
clock  carrying  experiments,  the  use  of  Loran-C  trans- 
missions and  artificial  earth  satellites.  In  1959  —  1960 
the  U.  S.  Army  Signal  Corp  first  demonstrated  the 
feasibility  of  using  airborne  atomic  clocks  to  obtain 
synchronization  of  widely  separated  clocks  to  within 
5[.is,qc  (Reder,  Brown,  Winkler,  and  Bickart,  1961). 
Extensive  use  of  portable,  high-precision  quartz 
clocks  has  been  made  by  NBS  personnel  for  synchron- 
izing clocks  at  the  Boulder,  Colorado  laboratories  and 
at  the  WWV  transmitter  site  in  Maryland  (Barnes 
and  Fey,  1963).  Uncertainties  in  the  initial  synchro- 
nization due  to  the  portable  clock  were  within  5  //sec. 
Later  checks  on  this  synchronization  by  means  of 
further  clock-carrying  trips  between  Boulder  and  the 
WWV  site  were  made  with  measurement  accuracies 
approaching  l/<sec.  In  June  1964,  in  connection  with 


the  previously  mentioned  flight  of  two  commercial 
cesium  standards  between  the  United  States  and  Swit- 
zerland, measurements  made  at  the  Naval  Observa- 
tory and  at  Neuchatel,  Switzerland,  enabled  the  time 
at  the  two  locations  to  be  correlated  to  an  accuracy  of 
about  l//sec  (Bagley  and  Cutler,  1964).  Further 
experiments  of  this  type  are  planned. 

Another  method  of  synchronizing  remote  clocks 
uses  the  Loran-C  navigation  system  transmissions  at 
100  kHz  (Doherty,  Heeley,  and  Linfield,  1960). 
These  transmissions  consist  of  pulses  with  typical 
rise  times  of  60  //sec,  permitting  time  resoluting  betw- 
een the  arrival  of  the  ground  wave  and  the  more 
unstable  sky  wave.  The  resulting  increase  in  timing 
accuracy  over  the  1  —  2  msec  available  by 
using  HF  or  VLF  transmissions  allows 
remote  synchronization  of  clocks  within 
the  Loran-C  service  area  to  1  //sec.  It  is 
believed  that  extension  of  the  Loran-C 
system  would  permit  this  capability  to  be 
available  anywhere  in  the  world. 

Artificial  earth  satellites  have  also  been 
used  for  highly-accurate  synchronization 
of  remote  clocks.  The  Telstar  satellite  has 
been  used  to  transmit  microwave  pulses 
between  the  United  States  and  Europe  with 
an  uncertainty  due  to  the  satellite  link  of 
less  than  1  //sec  (Markowitz,  1964).  The 
advantages  gained  here  include  the  reduced 
sensitivity  of  the  microwave  frequency  to 
ionospheric  disturbances  and  the  use  of  a 
propagation  path  which  lies  mostly  outside 
the  ionosphere. 

The  (U.  S.)  Navy  Navigational  Satellite 
System  may  also  be  used  for  this  purpose 
since  the  satellites  carry  clocks  and  radio 
transmitters  (Markowitz,  1962).  It  is  expected  that 
clocks  in  the  United  States  and  England  can  by 
synchronized  to  within  100  //sec  initially  and  10  //sec 
later  using  this  means. 


EVENT 


*  Ephemeris  Time  is  defined  by  the  orbital  motion  of  the 
earth  about  the  sun  and  is  determined,  in  practice,  from  obser- 
vations of  the  orbital  motion  of  the  moon  about  the  earth. 


Summary 

Any  acceptable  standard  of  time  must  satisfy  the  following 
requirements:  continuity  of  operation,  generation  of  a  unit 
which  remains  constant  with  respect  to  other  acceptable 
measures  of  time,  accuracy  greater  than  or  equal  to  standards 
based  on  other  definitions,  accessibility  to  all  who  need  it,  a 
characteristic  period  of  convenient  size,  and  a  capability  for 
accumulating  the  units  to  give  epoch.  Although  astronomical 
standards  based  on  the  observed  positions  of  celestial  bodies 
meet  these  requirements  very  well,  atomic  standards  have 
been  developed  since  1945  which  possess  a  much  higher  accu- 
racy with  respect  to  the  definition  and  greatly  improved  preci- 
sion, making  it  possible  to  provide  better  results  in  a  much 
shorter  averaging  time.  Various  types  of  atomic  standards 
have  been  developed  and  evaluated,  including  ammonia  ab- 
sorption cells,  ammonia  and  atomic  hydrogen  masers,  rubi- 
dium gas  cell  devices,  and  a-tomic  beam  devices  using  cesium 
and  thallium.  Cesium  standards  are  the  most  highly  developed 
at  present  with  accuracies  of  ±  1  x  10-11  having  been  achieved 
in  several  different  laboratories. 

Although  there  is  no  universal  agreement  on  how  to 
specify  the  performance  of  cesium  standards,  various  estimates 
of  accuracy,  precision,  stability,  and  reproducibility  are  often 
used.  The  specification  of  accuracy  requires  an  appropriate 
combination  of  random  and  systematic  components  of  error. 
These  various  components  have  been  thoroughly  analyzed 
both  theoretically  and  experimentally  for  cesium  by  many 
different  laboratories  and  commercial  firms. 

Different  cesium  standards  have  been  compared  both 
directly  within  a  given  laboratory  and  indirectly  between 
remote  locations  by  means  of  standard  frequency  and  time 
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radio  transmissions,  comparisons  of  independent  time  scales 
constructed  from  the  standards,  and  the  carrying  of  portable 
clocks  between  the  remote  locations.  Results  show  that  fre- 
quency differences  are  within  ±  2  x  10-10  for  all  standards 
and  ±  1  x  10-10  for  the  laboratory-type  standards. 

A  number  of  independent  atomic  time  scales  have  been 
constructed  based  on  either  a  group  of  cesium  standards  (A.  1) 
or  on  a  particular  standard  (TAX,  NBS-A,  NBS-UA).  Clocks 
based  on  these  time  scales  have  been  synchronized  over 
intercontinental  distances  by  clock-carrying  experiments, 
use  of  radio  transmissions,  and  use  of  artificial  earth  sateUites. 
Accuracies  of  the  order  of  1  microsecond  have  been  achieved. 
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A  Precision  Pulse-Operated 
Electronic  Phase  Shifter  and 
Frequency  Translator 

Since  1956,  the  definition  of  the  unit  of 
time  (the  second)  has  been  in  terms  of  the 
Kphemeris  second,  which  must  be  de- 
termined by  astronomical  means.  In  Octo- 
ber, 1964,  the  cesium  beam  was  adopted  in- 
ternationally as  an  alternate  standard  to 
realize  the  unit  of  time.  The  frequency 
assigned  to  the  appropriate  atomic  transi- 
tion of  cesium  133  was  set  at  9  192  631  770 
Hz.  However,  all  standard  frequency  and 
time  transmissions,  which  are  coordinated 
through  the  International  Time  Bureau 
(BIH)  in  Paris  in  accordance  with  CC1R 
regulations,  do  not  presently  broadcast  the 
physical  unit  of  time  (the  second). 

Historically,  this  situation  came  about 
because  one  of  the  primary  uses  of  precise 
time  was  in  terrestrial  (as  opposed  to  space) 
navigation.  In  effect,  what  was  needed  could 
be  more  closely  correlated  with  the  Earth's 
angular  position  relative  to  the  sun,  rather 
than  with  an  absolutely  uniform  time  scale. 
Navigators  (more  specifically  terrestrial 
navigators)  had  been  accustomed  to  using  a 
time  scale  called  UT-2,  which  is  essentially 
"mean  solar  time"  corrected  for  a  few  known 
perturbations.  To  satisfy  this  need,  the 
frequency  of  the  "pendula"  controlling  the 
"time"  markers  of  coordinated  broadcasts 
has  been  slowed  down  to  make  the  broad- 
cast signals  keep  in  approximate  step  with 
UT-2.  Occasionally,  steps  of  0.1  second  are 
also  added  when  the  UT-2  scale  drifts  out- 
side of  the  predicted  value.  During  1965,  the 
frequency  offset  of  —150  parts  in  1010  was 
incorporated  in  all  coordinated  broadcasts.1 
The  value  for  1966  is  -300  parts  in  10'°. 
According  to  CCIR  regulations,  these  offsets 
are  now  restricted  to  an  integral  multiple 
of  50  parts  in  1010. 

Thus,  for  a  synchronous  clock  operating 
from  an  exact  100-kHz  reference,  the  phase 
must  be  retarded  at  the  rate  of  about  one 
cycle  per  5.5-minute  interval  for  the 
-300X10-'°  offset.  Such  slow  phase  shifts 
have  normally  been  accomplished  by  elec- 
tromechanical devices  incorporating  a  re- 
solver-type  phase  shifter.  These  devices  be- 
ing motor  driven  are  notoriously  wasteful  of 
power  and  not  nearly  as  reliable  as  solid- 
state  electronics.  Practically,  one  may  realize 
a  linearity  with  a  resolver  of  about  +0.5 
percent  of  one  cycle  or  about  +50  ns  for  a 
100-kHz  signal.  Because  of  these  considera- 
tions, an  all  solid-state  phase  shifter  was 
considered  very  desirable  by  the  authors. 

The  heart  of  the  phase  shifters  currently 
being  used  in  the  Atomic  Frequency  and 
Time  Standards  Section  of  the  Radio  Stan- 
dards Laboratory  of  the  National  Bureau 
of  Standards  consists  of  a  voltage  variable 
delay  line,  a  narrow-band  filter,  and  a  pulse 
shaper.  The  voltage  variable  delay  line  is  a 
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1  During  the  previous  calendar  years,  the  following 
offset  frequencies  have  been  used:  1959.  —170X10""'; 
1960,  -150X10-'";  1961,  -150X10-1";  1962. 
-130  X10-!»;  1963.  -130X10  '»;  1964.  -150X10-"'. 


series  of  inductor^  shunted  to  ground  by  a 
set  of  voltage  variable  capacitors  (back- 
biased  diodes  work  well)  in  a  typical  lumped- 
constant  delay  line  fashion.  A  total  of  ten 
sections  for  the  delay  line  has  been  used  in 
the  prototype  models,  which  were  designed 
to  operate  at  1  MHz. 

With  a  1-MHz  signal  supplied  to  the 
delay  line  and  the  output  signal  fed  to  a 
narrow-band  filter  (<2«50),  a  voltage  pulse 
is  suddenly  applied  (risetime~0.1  jus)  to  the 
delay  line.  The  amplitude  of  the  pulse  is  so 
chosen  that  the  delay  is  reduced  by  very 
nearly  one  microsecond.  Due  to  propagation 
delays  along  the  delay  line  for  this  pulse,  the 
distortion  in  the  output  of  the  delay  line 
persists  for  only  about  1.5  /is  for  the  proto- 
type units.  Since  the  duration  of  this  per- 
turbation is  quite  small  relative  to  the 
reciprocal  bandwidth  of  the  filter,  the  out- 
put of  the  filter  is  essentially  not  disturbed 
by  this  process.  Indeed,  minimum  variation 
in  the  amplitude  of  the  1-MHz  signal  from 
the  filter  is  a  reasonably  sensitive  criterion 
for  pulse  amplitude. 

By  now  allowing  the  voltage  on  the  delay 
line  to  slowly  decay  to  its  steady-state  value, 
the  frequency  out  of  the  delay  line  may  be 
maintained  within  the  bandpass  of  the  filter, 
and  thus  exactly  one  cycle  has  been  sub- 
tracted from  the  output  signal  in  a  smooth 
and  continuous  fashion  relative  to  the  in- 
put. In  the  prototype  units  constructed,  the 
decay  time  of  the  pulse  was  set  at  3  milli- 
seconds, and  thus  the  signal  averages  about 
300  Hz  off  from  the  1-MHz  input  during  the 
decay  time. 

The  generation  of  submultiples  of  this 
one  cycle  of  phase  is  accomplished  by  using 
what  amounts  to  a  frequency  error-multi- 
plier run  in  reverse.  First  the  1-MHz  signal 
out  of  the  filter  is  divided  to  100  kHz,  which 
also  divides  the  one  cycle  of  phase  shift  by 
ten.  That  is,  the  steady-state  phase  shift  of 
this  100  kHz  is  exactly  27r/10  for  each  pulse 
supplied  to  the  delay  line.  By  mixing  this 
100-kHz  signal  with  a  900-kHz  signal  de- 
rived from  the  input  signal  to  the  device,  a 
new  1-MHz  signal  is  obtained  with  phase 


shifts  of  exactly  2?r/10  or  0.1  /is  for  each 
pulse  supplied  to  the  delay  line.  Thus,  by  an 
iteration  of  frequency  dividers  and  mixing 
with  a  signal  that  is  phase  coherent  with  the 
input,  very  precise  submultiples  of  the  one 
cycle  of  phase  shift  may  be  generated.  A 
block  diagram  of  an  electronic  phase  shifter 
is  shown  in  Fig.  1. 

The  limitations  in  accuracy  of  the  phase 
shifts  arise  from  the  fact  that  there  are 
several  high  "Q"  circuits  operating  at  es- 
sentially the  same  frequency,  and  hence 
"pick  up"  of  a  signal  in  a  later  stage  can 
cause  minor  phase  perturbations.  By  careful 
construction  and  shielding,  it  has  been 
demonstrated  at  the  National  Bureau  of 
Standards  that  a  system  similar  to  the  one 
described  here  may  be  built  such  that  ac- 
cumulated phase  perturbations  are  less  than 
0.01  percent  of  one  cycle. 

It  remains  now  only  to  construct  a  pulsing 
circuit  from  a  clock  to  pulse  the  phase 
shifter  at  the  proper  rate  to  generate  the 
desired  frequency  offset.2  Obviously,  depend- 
ing on  the  need,  the  granulations  in  this 
phase  shifting  process  may  be  chosen  for 
the  particular  application.  The  prototype 
units  constructed  at  the  Bureau  generate 
ten  nanosecond  steps  in  the  phase,  and  thus 
a  series  of  pulses  adjustable  from  0  to  10 
pulses  in  a  two-second  interval  in  steps  of 
one  pulse  per  two-second  interval  allows  a 
wide  choice  of  useful  frequency  offsets  (0  to 
—  500  parts  in  10'°  in  steps  of  50  parts  in 
10'°).  While  the  output  signal  cannot  be  con- 
sidered monochromatic,  there  are  many  ap- 
plications where  the  granular  nature  of  the 
phase  is  not  significantly  important  (e.g., 
running  a  clock  where  precision  of  better 
than  ten  nanoseconds  is  not  needed. 

J.  Barnes 
A.  Wainwright 
National  Bureau  of  Standards 
Boulder  Lab. 
Boulder,  Colo. 


2  R.  C.  dimming,  "Serrodyne  frequency  trans- 
lator," Proc.  IRE,  vol. 45.  pp.  1 75-186, February  1957' 
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An  Intercomparison  of  Atomic  Standards 

In  early  September,  1965,  a  group  of  atomically  controlled  oscilla- 
tors was  assembled  at  the  National  Bureau  of  Standards  in  Boulder, 
Colo.  The  main  purpose  of  the  two  months  of  experiments  was  to 
obtain  intercomparisons  of  the  frequencies  of  the  cesium  beam, 
thallium  beam,  and  hydrogen  maser  with  accuracies  substantially 
better  than  any  previously  obtained  [l]— [4].. 

The  participants  in  the  experiments  were  personnel  from  the 
Quantum  Electronic  Devices  (Q.E.D.)  Division  of  Varian  Associates, 
the  Hewlett-Packard  Company,  and  the  Atomic  Frequency  and  Time 
Standards  Section  of  the  National  Bureau  of  Standards,  Boulder, 
Colo.  The  equipment  assembled  for  the  experiments  included  the 
United  States  Frequency  Standard  NBS-III,  a  cesium  beam;  another 
cesium  beam  device  constructed  at  Hewlett-Packard  Company  (in- 
corporating a  Varian  Associates  beam  tube);  two  hydrogen  masers 
constructed  at  the  Q.E.D.  Division  of  Varian  Associates;  and  the 
NBS-II  beam  machine  recently  converted  to  thallium  use.  Unfor- 
tunately the  conversion  of  NBS-II  to  thallium  was  not  complete,  and 
no  significant  numbers  are  at  present  available  for  this  system. 

The  majority  of  comparisons  among  the  two  masers  and  the  two 
cesium  beam  devices  was  obtained  by  period  measurements  of  the 
beat  frequencies  between  pairs  of  5  MHz  signals  synthesized  from  the 
various  controlling  atomic  transitions.  It  was  recognized  that  for  the 
precisions  and  accuracies  which  are  realizable  with  these  devices, 
5  MHz  is  an  unfortunately  low  frequency  for  comparison  (it  is  worth 
noting  that  a  slow  phase  drift  of  one-half  cycle  per  day  at  5  MHz 
constitutes  a  frequency  offset  of  about  one  part  in  1012!).  Nonetheless 
sufficient  hardware  and  software  existed  at  the  S  MHz  range  to  make 
this  the  most  desirable  frequency  for  the  present  intercomparisons. 

There  were  available  three  separate  data  acquisition  systems  ca- 
pable of  automatically  punching  data  on  cards  for  computer  analysis, 
and  thus  data  reduction  was  greatly  facilitated.  Indeed,  such  vol- 
umes of  data  were  obtained  during  the  comparisons  that,  to  date, 
only  a  small  fraction  of  the  data  has  received  attention.  Thus  the 
results  reported  here  are  preliminary  and  subject  to  a  great  deal  of 
additional  analysis.  It  is  intended  that  a  more  comprehensive  report 
of  the  intercomparisons  will  be  published  soon. 

In  order  to  have  good  reliability  for  the  final  results,  it  is  desirable 
to  substantiate  that  the  various  devices  were  operating  properly  and 
within  specifications.  Thus  it  is  of  value  now  to  discuss  briefly  some 
of  the  experiments  performed  to  establish  a  realistic  and  unbiased 
error  budget  for  each  instrument. 

In  regard  to  the  two  Varian  hydrogen  masers,  each  is  equipped 
with  magnetic  shielding  and  with  temperature  control  of  source, 
cavity,  and  cavity  loading.  The  magnetic  shields  of  each  maser  were 
degaussed  at  the  start  of  the  experiments,  and  the  magnetic  fields 
were  calibrated  by  exciting  the  Zeeman  transitions.  Almost  daily 
checks  of  the  cavity  tuning  of  each  maser  were  made  with  each  maser 
being  tuned  independently  of  the  other  (each  maser  was  used  in  turn 
as  a  stable  reference  to  tune  the  other  but  its  particular  frequency 
was  not  considered). 

Unfortunately  it  was  not  possible  in  the  time  available  to  perform 
a  wall-shift  experiment  for  the  hydrogen  masers.  It  was  decided  to 
use  the  values  of  the  wall  shift  as  determined  by  the  Varian  group 
sometime  earlier  [1]. 

Preliminary  results  indicated  the  frequency  fluctuations  of  one 
maser  relative  to  the  other  was  within  a  few  parts  in  1013  from  one 
second  to  several  hundred  seconds,  and  the  frequencies  of  the  two 
masers  agreed  to  within  one  part  in  1012  for  the  entire  two-month 
period.  The  detailed  analysis  of  the  relative  fluctuations  of  the  two 
masers  has  not  been  completed,  however. 

While  a  realistic  error  budget  for  NBS-III  has  recently  been 
published  [5],  it  was  decided  that  the  very  stable  signals  available 
from  the  two  Varian  masers  would  afford  a  unique  opportunity  for 
redetermining  the  magnitudes  of  some  of  the  uncertainties  associated 
with  NBS-III.  In  particular,  the  oven  and  detector  of  NBS-III 


were  interchanged  four  different  times  to  determine  phase-shift  ef- 
fects of  the  cavity.  Also  a  completely  different  set  of  electronics  was 
used  to  detect  possible  spectral  difficulties  or  systematic  errors  in  the 
servo  systems. 

The  fluctuations  in  the  frequency  of  the  5  MHz  signal  locked  to 
NBS-III  as  compared  to  a  hydrogen  maser  decreased  with  increasing 
sample  time  as  t~1/2  for  t  ranging  from  100  seconds  to  five  hours.  This 
is  in  complete  agreement  with  theory  [6].  A  standard  deviation  of 
one  part  in  1013  was  obtained  for  adjacent  sample  times  of  two  hours. 
For  adequate  averaging  times  (7->200  seconds),  the  new  total  es- 
timated inaccuracy  for  NBS-III  is  1.1  X10-12  for  a  oree-sigma  value 
Beehler,  Mockler,  and  Richardson  [5]  give  a  one-sigma  value  of 
about  1.9X10"12  (3-<r  =  5.6X10-12). 

The  comparison  of  NBS-III  with  the  Hewlett-Packard  (H-P) 
cesium  beam  indicated  a  standard  deviation  for  the  frequency  fluc- 
tuations of  seven  parts  in  1013  for  two-hour  samples.  If  one  assumes 
that  the  figure  of  one  part  in  1013  quoted  above  for  the  comparison 
of  NBS-III  and  a  hydrogen  maser  is  caused  primarily  by  shot  noise 
modulating  the  frequency  of  NBS-III,  it  is  possible  to  estimate  the 
fluctuations  on  a  shorter  machine  with  a  different  flux  of  atoms  [6]. 
Indeed,  when  this  calculation  is  carried  out  for  the  H-P  cesium  beam, 
complete  agreement  with  the  experimental  results  of  7X10-13  for 
two-hour  samples  is  obtained.  Apparently,  the  electronic  systems  of 
these  two  independently  constructed  cesium  beam  devices  function 
quite  comparably. 

The  H-P  cesium  beam,  being  independently  aligned,  was  avail- 
able for  about  two  weeks  of  comparisons.  Assuming  NBS-III  as  the 
primary  standard,  the  average  frequency  of  the  5  MHz  output  of 
the  H-P  unit  was  offset  by  — 149.991  parts  in  1010.  Since  the  unit  was 
designed  to  generate  a  signal  offset  by  —150  parts  in  1010,  this  in- 
dicates a  discrepancy  in  frequency  of  only  9  parts  in  1013  which  is  well 
within  the  estimated  accuracies  for  the  two  beams. 

It  is  thus  felt  by  the  authors  that  the  behavior  of  the  cesium 
beams  and  the  hydrogen  masers  during  this  period  have  proved  ade- 
qutely  reliable  to  quote  a  significant  frequency  value  for  the  hydrogen 
maser.  It  should  again  be  emphasized  that  all  data  have  not  been 
analyzed,  and  refinements  on  the  results  may  be  expected.  A  pre- 
liminary value  for  the  frequency  of  the  appropriate  transition  of  the 
hydrogen  atom  in  free  space,  at  zero  magnetic  field,  and  zero  absolute 
temperature,  is 

1420,405,751.7860  ±  0.0046  Hz. 

The  uncertainty  of  0.0046  Hz  corresponds  to  1)  an  assumed  inac- 
curacy of  3  parts  in  1012  due  to  uncertainties  in  the  wall-shift  effect  in 
the  hydrogen  maser,  compounded  with  2)  the  inaccuracy  of  1.1  parts 
in  1012  for  the  cesium  reference  to  give  a  total  uncertainty  of  3.2 
parts  in  1012. 

Unfortunately,  all  aspects  of  wall  shifts  in  the  hydrogen  maser  are 
not  sufficiently  well  understood  to  allow  one  to  construct  a  realistic 
and  objective  error  budget  for  the  hydrogen  maser.  While  the  re- 
producibility of  the  wall  shift  is  known  to  be  better  than  one  part  in 
1012,  the  magnitude  of  the  effect  is  not  known  to  this  accuracy,  and 
the  estimated  inaccuracy  of  three  parts  in  1012  for  the  wall  shift  is 
considered  an  "outer  limit"  by  the  authors.  It  is,  therefore,  not  on 
the  same  objective  footing  as  the  one-sigma  value  of  1.1  parts  in 
1012for  NBS-III. 

The  following  is  a  list  of  values  for  the  hydrogen  frequency  in 
terms  of  cesium  as  published  elsewhere  and  the  value  given  above. 

1420,405,751.827  ±  0.02  (Varian-Naval  Observatory,  1963)  [l] 

1420,405,751.800  +  0.028  (Harvard-Naval  Observatory,  1963)  [2] 

1420,405,751.778  +  0.016  (Varian-H-P,  1964)  [3] 

1420,405,751.785  +  0.016  (Varian-LSRH,  1964)  [4] 

1420,405,751.781  ±  0.016  (NASA-GSFC,  1965)  [7] 


1420,405,751.7860  ±  0.0046  (NBS-Varian-HP,  1-65,  this  letter). 
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The  state-of-the-art  for  both  cesium  beams  and  hydrogen  masers 
has  undergone  significant  improvement.  Absolute  accuracy  in  the 
vicinity  of  a  few  parts  in  1012  for  frequency  measurements  is  thus 
confirmed. 
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The  Performance  and  Capability  of  Cesium  Beam 
Frequency  Standards  at  the  National 
Bureau  of  Standards 


R.  E.  BEEHLER  and  D.  J.  GLAZE 


Abstract — NBS  II,  the  older  of  the  two  cesium  atomic  beam 
frequency  standards  which  are  used  alternatively  as  the  United 
States  Frequency  Standard,  has  been  operating  for  more  than  five 
years.  The  contribution  to  inaccuracy  produced  by  uncertainties  in 
the  C  field  has  been  reduced  by  a  factor  of  30  to  +  2X10-13.  The 
average  precision  of  measurement  (standard  deviation  of  the  mean) 
has  been  demonstrated  to  be  1  X10~12  for  averaging  times  of  1  hour 
and  2X10-13  for  12  hours.  The  overall  accuracy  is  considered  to  be 

±8X10~123<r.  A  new  cesium  standard,  NBS  III  with  an  interaction 
length  of  3.66  meters  is  in  operation  and  has  demonstrated  an 
improved  precision  of  1X10-13  over  2  hours  and  an  accuracy  of 

+  5  X  10~123cr.  The  C  field  contributions  to  inaccuracy  in  this  machine 
have  been  reduced  to  +  1X10-13.  Considerable  effort  has  been  de- 
voted to  the  detection  and  elimination  of  small  frequency  shifts 
produced  by  various  electronic  components  of  the  excitation  systems. 
In  spite  of  the  various  improvements  effected,  a  small  unexplained 
difference  in  frequency  of  about  1  X1012  continues  to  exist  between 
the  standards.  The  extremely  high  stability  of  the  difference  fre- 
quency, however,  suggests  that  resolution  of  the  difficulties  should 
result  in  an  accuracy  capability  of  perhaps  ±1X10-I23<r. 

I.  Introduction 

THE  PROGRAM  at  the  National  Bureau  of  Stan- 
dards for  the  development,  evaluation,  and  provi- 
sion of  atomic  frequency  and  time  standards  has 
led  to  the  development  of  two  operating  cesium  stan- 
dards and  one  thallium  standard  at  the  present  time.  In 
addition  to  these,  the  laboratory  has  two  ammonia 
(N16)  masers  which  are  used  primarily  as  test  instru- 
ments in  the  evaluation  of  atomic  time  and  frequency 
standards.  Also,  a  hydrogen  maser  has  been  operating 
since  August,  1964. 

It  is  the  purpose  of  this  report  to  discuss  the  progress 
made  in  this  NBS  program  over  the  past  three  years, 
particularly  that  part  of  the  program  concerned  with 
the  evaluation  and  performance  characteristics  of  the 
cesium  atomic  beam  standards.  The  two  cesium  beams 
are  used  alternatively  as  the  United  States  Frequency 
Standard.  They  also  comprise  the  frequency  element  of 
the  NBS  Time  Standard. 

The  three  existing  beam  standards  are  designated 
NBS  I,  NBS  II,  and  NBS  III.  The  first  of  these, 
NBS  I,  is  the  oldest  machine.  It  was  originally  operated 
using  cesium  but  was  converted  in  1962  from  cesium  to 
thallium.  NBS  I  is  the  shortest  of  the  three  standards, 
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providing  a  spectral  line  width  of  about  300  Hz  for 
cesium.  NBS  III  is  the  newest  and  longest  machine 
and  provides  a  spectral  line  width  of  48  Hz,  while  the 
line  width  for  NBS  II  is  110  Hz. 

The  accuracy1  of  the  cesium  beams  is  considered  to  be 
+  1X10"11  for  NBS  I,  +8X10-12  for  NBS  II,  and 
+  5X10-12  for  NBS  III.  These  figures  are  determined 
from  an  analysis  of  various  auxiliary  experiments  and 
tests  on  a  given  machine  and  are  confirmed  by  compari- 
sons of  the  three  independent  machines.  NBS  II  and 
NBS  III  have  also  been  compared  with  the  cesium 
standard  at  Neuchatel,  Switzerland,  by  making  use  of 
radio  signals  [l  ]  and  portable  atomic  standards  [2],  [3]. 
The  radio  comparison  data  averaged  over  1.3  years 
(1962.2-1963.5)  indicated  agreement  to  within  1X10"11 
for  that  period.  The  more  recent  clock-carrying  experi- 
ments gave  the  same  result.  The  precision1  associated 
with  the  NBS  standards  is  at  best  1  X 10-13  for  two-hour 
averaging  periods.  More  typically,  values  range  from 
0.5  X10~12  to  1X10~12  for  the  one-half  hour  averaging 
periods  normally  employed  in  most  measurements. 

It  appears  that  electronic  problems  and  phase  shifts 
in  the  resonant  cavity  are  presently  the  most  severe 
sources  of  uncertainty  and  that  close  attention  must  be 
given  to  them  if  accuracy  is  to  be  increased.  Although 
time  consuming,  the  solutions  of  these  problems  do  not 
appear  prohibitively  difficult,  at  least  for  an  improve- 
ment in  accuracy  of  up  to  one  order  of  magnitude.  It  is 
perhaps  not  too  optimistic  to  expect  an  accuracy  of 
+  1X  10_123o-  with  the  present  standards  within  the  next 
two  years. 

Some  of  the  details  of  the  analyses  and  characteristics 
of  the  NBS  cesium  beam  standards  are  discussed  in  Sec- 
tion II. 

II.  The  NBS  Cesium  Beam  Standards 

A .  Comparison  of  NBS  I  and  NBS  II 

NBS  I  was  first  placed  into  regular  operation  in  the 
spring  of  1959  as  a  cesium  beam.  It  became  the  United 

1  Accuracy  and  precision  have  the  following  meaning  in  this  manu- 
script: 1.  accuracy  refers  to  the  fractional  uncertainty  in  determining 
an  atomic  state  separation  of  the  free  atom  and  is  expressed  by  3<r 
limits  for  statistically  determined  quantities  and  by  estimated  ex- 
treme limits  for  other  quantities;  2.  precision  refers  to  the  fractional 
uncertainty  within  which  a  given  machine  provides  a  reproducible 
measurement  and  is  expressed  by  l<r  limits  unless  otherwise  noted. 
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States  Frequency  Standard  (USPS)  in  the  fall  of  that 
year.  NBS  II  has  been  in  use  since  1960,  and  until  the 
newest  cesium  beam,  NBS  III,  was  developed,  NBS  I 
and  NBS  II  provided  the  USFS — each  was  a  check  on 
the  other.  Currently,  NBS  II  and  NBS  III  provide  the 
USFS.2 

NBS  I  and  NBS  II  were  intercompared  for  a  period 
of  three  years  [4 J—  [6 ] .  During  this  period,  practically 
all  of  the  electronics  and  a  number  of  the  internal  com- 
ponents of  the  beam  apparatus  were  replaced,  including 
deflecting  magnets,  C-field  structures,  and  the  wave- 
guide excitation  structure  of  NBS  I.  Also,  both  ma- 
chines were  partially  disassembled  and  moved  to  a 
neighboring  laboratory.  With  all  these  changes,  the 
relative  frequency  difference  between  them  remained 
fixed  at  1.6X10-11  within  a  measurement  uncertainty 
of  +2X10-12.  The  average  precision  of  frequency  com- 
parison (standard  deviation  of  the  mean)  was  2X10-12 
for  an  averaging  time  of  one-half  hour.  The  best  preci- 
sion that  was  attained  was  2X10-13  (requiring  an 
averaging  time  of  10  hours).  The  statistical  behavior  was 
good;  x2  tests  demonstrated  a  Gaussian  distribution  of 
the  data  [7].  The  accuracy  for  each  machine  was  con- 
sidered to  be  +1X10-11.  This  figure  was  based  on  the 
measured  frequency  difference  between  the  two  stan- 
dards and  on  the  results  of  a  group  of  auxiliary  experi- 
ments designed  to  measure  the  C-field  intensity  and 
uniformity,  the  phase  shift  between  oscillating  field  re- 
gions, the  power  spectrum  of  the  exciting  radiation, 
effects  of  neighboring  resonances,  cavity  pulling,  and 
the  variation  of  frequency  with  power  level.  These 
tests  were  performed  for  each  machine  separately.  The 
fixed  frequency  difference  of  1.6  X10-11  was  never  ade- 
quately explained  and  implies  the  existence  of  a  syste- 
matic error  which  still  has  not  been  definitely  identified. 

The  comparison  of  the  NBS  I  and  NBS  II  cesium 
beams  was  terminated  in  1962  when  NBS  I  was  con- 
verted to  a  thallium  beam. 

B.  Comparison  of  NBS  II  and  NBS  III 

The  newest  cesium  standard,  NBS  III,  has  been  in 
operation  since  the  summer  of  1963.  It  represents  an 
attempt  to  improve  on  previous  standards  with  respect 
to  both  precision  and  accuracy  by  reducing  random 
errors  due  to  beam  fluctuations  and  certain  systematic 
errors  that  are  line-width  dependent.  The  separations 
between  the  oscillating  field  regions  are  164  cm  for 
NBS  II  and  366  cm  for  NBS  III,  with  the  correspond- 
ing spectral  line  widths  being  110  Hz  and  48  Hz.  Figures 
1  and  2  are  photographs  of  these  two  instruments. 

The  procedure  used  in  the  evaluation  of  NBS  III 

2  The  unit  of  frequency  is  defined  by  the  frequency  separation  of 
the  F=A  and  F=3  hyperfine  structure  levels  in  the  free  cesium  atom. 
This  separation  is  defined  to  be  exactly  9192631770  Hz.  The  machines 
themselves  provide  the  means  of  measuring  frequency  in  terms  of 
this  separation  and  are  designated  as  standards.  The  unit  of  fre- 
quency provided  by  the  standard  can  approach  the  idealized  unit 
with  a  certain  uncertainty  determined  by  the  particular  standard  and 
its  analysis.  Consequently,  accuracy  limits  must  be  specified. 


Fig.  1.    Cesium  atonic  bea  n  frequency  standard,  NBS  II. 


Fig.  2.    Cesium  atomic  beam  frequency  standard,  NBS  III. 


followed  closely  that  previously  used  and  reported  in 
connection  with  NBS  I  and  II  [4-]- [7].  Evaluation 
with  respect  to  accuracy  involved  the  study  of  each 
possible  source  of  error  in  order  to  determine  its  maxi- 
mum contribution  to  the  overall  measurement  uncer- 
tainty. In  many  of  the  experiments,  NBS  II  was  used 
to  provide  the  stable  reference  frequency  for  direct 
comparison  with  NIBS  III  while  the  particular  param- 
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Fig.  3.    Block  diagram  of  measurement  system  for  direct  comparison  of  NBS  II  and  NBS  III. 


a  o 


eter  being  studied  in  the  NBS  III  system  was  syste- 
matically varied.  Figure  3  is  a  block  diagram  showing 
the  actual  method  of  comparison.  Each  standard  con- 
trols a  crystal  oscillator  by  means  of  appropriate  servo 
electronics,  and  the  period  of  the  beat  frequency  be- 
tween these  two  oscillators  is  measured. 

Data  from  two  comparisons  of  this  type  are  shown  in 
Figs.  4  and  5.  Each  plotted  point,  representing  the  dif- 
ference frequency  averaged  over  one  hour,  is  the  mean 
of  20  three-minute  measurements.  The  half-length  of 
the  vertical  bar  drawn  at  each  point  in  Fig.  4  represents 
the  computed  standard  error  of  the  one-hour  observa- 
tion (standard  deviation  of  the  mean  of  the  20  three- 
minute  averages)  and  is  thus  an  estimate  of  the  relative 
precision  of  this  measurement  process.  This  precision 
figure  is  typically  7X10-13  for  these  data.  When  the 
measurement  averaging  time  of  interest  is  one  hour  or 
less,  somewhat  better  precision  is  usually  obtained  for 
comparisons  between  very  high  quality  quartz  crystal 
oscillators  and  NBS  III  than  for  the  direct  NBS  II- 
NBS  III  measurements. 

A  second  estimate  of  the  frequency  fluctuations  ap- 
propriate for  one-hour  averaging  times  can  be  obtained 
from  the  data  in  Fig.  4  by  computing  the  standard 
deviation  of  the  48  one-hour  averages.  This  value  for 
the  NBS  II-NBS  III  data  is  1.0X10"12.  It  can  easily 
be  shown  that  if  the  measurement  process  is  in  statistical 
control,  i.e.,  the  individual  three-minute  averages  be- 
have as  independent  samples  from  a  stable  probability 
distribution,  these  two  estimates  should  be  equal.  In 
view  of  the  resonably  good  agreement  observed,  we  can 
predict,  in  a  probability  sense,  that  for  any  similar 
one-hour  frequency  measurement  the  uncertainty  in  the 
result  produced  by  the  random  variations  would  be 
about  +1X10-12.  Analysis  of  a  vast  amount  of  com- 
parison data  accumulated  over  several  years  involving 
NBS  II,  NBS  III,  and  many  other  frequency  sources 
shows  that  the  measurement  precision  for  NBS  III  is 
usually  two  or  three  times  better  than  for  NBS  II.  Al- 
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4.    48-hour  stability  comparisons  of  NBS  II, 
NBS  III,  and  a  crystal  oscillator. 
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Fig.  5. 


24-hour  stability  comparison  of  NBS  II,  NBS  III, 
a  crystal  oscillator,  and  a  Rb  gas  cell. 


though  precisions  of  5  X  lO"13  and  1  X 10"12  for  NBS  III 
and  NBS  II,  respectively,  are  typical  for  one-hour 
averaging  times,  values  of  2X10-13  have  been  obtained 
consistently  during  recent  comparisons  between  NBS- 
III  and  the  NBS  hydrogen  maser.  No  attempt  has  yet 
been  made  to  determine  the  individual  contributions  of 
NBS  III  and  the  maser  to  this  value. 

In  addition  to  these  random  measurement  errors,  a 
great  variety  of  systematic  error  sources  may  exist 
which  must  be  considered  in  determining  an  overall 
accuracy  figure  to  be  associated  with  a  particular  stan- 
dard. Those  sources  of  error  which  have  been  found  to 
be  most  significant  in  the  case  of  NBS  II  and  NBS  III 
include  errors  due  to  uncertainties  associated  with  the 
uniform  magnetic  C  field,  phase  shifts  in  the  resonant 
cavity,  the  presence  of  unwanted  sidebands  in  the  spec- 
trum of  the  microwave  frequency  exciting  the  cesium 
resonance,  and  certain  other  imperfections  in  the  elec- 
tronics system. 

The  cesium  frequency  for  the  (F  =  i,  Mr  =  0)<->(F=3, 
mF  =  0)  transition  depends  on  the  magnitude  of  the  C 
field  according  to 

v  =  v0  +  A2llP{x),  (1) 

where  v  is  the  transition  frequency  (in  Hz)  in  the  mag- 
netic field  used,  v0  is  the  cesium  frequency  (in  Hz)  in 
zero  field,  H(x)  is  the  magnitude  of  the  C  field  (in 
oersteds),  and  H2(x)  is  a  spatial  average  over  the  length 
between  the  two  oscillating  field  regions.  Any  uncer- 
tainties in  our  knowledge  of  H2(x)  will  thus  lead  to  cor- 
responding errors  in  frequency  measurements  referred 

to  v0.   

In  actual  practice,  since  H2(x)  is  difficult  to  determine 
directly,  the  procedure  normally  followed  is  to  deter- 
mine first  the  quantity  H(x)  from  relatively  simple 
measurements  of  various  microwave  transitions  which 
depend  linearly  on  the  field,  square  the  result  to  obtain 
[H(x)  ]2,andthencompute  thecorrection427  [H(x)  ]2for 
application  to  all  measurements.  Frequency  uncer- 
tainties resulting  from  the  use  of  this  procedure  arise, 
therefore,  from  two  sources: 

1)  uncertainties  in  the  value  of  H(x),  and   

2)  uncertainties  due  to  the  use  of  [i7(x)]2  for  H2(x). 

The  frequency  uncertainty  Av  resulting  from  an  un- 
certainty AH,  independent  of  x,  in  H(x)  or  H(x)  can 
easily  be  computed  from  (1).  Thus, 

v  +  Av  =  y„  +  427[#(x)  +  A#]2  (2) 

=  vB  +  U7[lP(x)  +  2HjxjAH  +  (AH) 2] .  (3) 

Neglecting  the  small  term  (AH)2  and  subtracting  v  from 
both  sides,  again  making  use  of  (1),  gives 

Av  =  %5±H(x)AH.  (4) 

This  uncertainty  was  evaluated  in  the  following  way 
for  both  NBS  standards.  The  frequencies  of  each  of  the 
(4,  -l)<-»(3,  -1),  (4,  l)«->(3,  1),  (4,  2)<->(3,  2),  and 
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(4,  3)«— »(3,  3)  transitions  were  measured.  Theory  relates 
these  frequencies  to  the  magnitude  of  the  C  field,  and 
from  these  relationships  H(x)  can  be  obtained  [5].  This 
gives  four  different  measurements  of  the  average  field 
for  each  setting  of  the  C-field  current.  The  data  so  ob- 
tained were  plotted,  and  a  least-squares  line  was  fitted 
to  the  points.  The  range  over  which  the  field  was  mea- 
sured was  between  0.045  Oe  and  0.148  Oe.  The  field 
used  for  normal  operation  is  about  0.048  Oe.  This  range 
of  field  values  eliminates  overlap  effects  caused  by 
neighboring  transitions  and  insures  good  linearity.  The 
standard  deviation  of  a  point  from  this  line  is  0.000019 
Oe.  If  this  is  taken  to  be  the  uncertainty  in  the  magni- 
tude of  the  C  field  AH,  the  corresponding  uncertainty 
in  the  frequency  of  the  (4,  0)<->(3,  0)  transition  is 
±1X10~13.  These  figures  apply  to  NBS  III.  Similar 
measurements  for  NBS  II  give  an  uncertainty  of 
+  0.00004  Oe,  corresponding  to  an  uncertainty  of 
+  2X10_13in  the  (4,  0)<->(3,  0)  frequency  measurement. 
Previously,  this  uncertainty  had  been  +6X10-12  and 
was  the  largest  single  contribution  to  the  inaccuracy. 
More  stable  power  supplies  for  the  C-field  current  are 
now  employed  and  account  for  the  improvement.  No 
changes  have  been  made  in  the  C'-field  structure  of 
NBS  II. 

The  uncertainty  from  the  second  source  mentioned 
is  a  consequence  of  the  nonuniformity  of  the  C  field, 
for  in  that  case,  H2(x)  is  not  equal  to  [H(x)  ]2.  The  error 
in  Hz  which  results  from  using  the  latter  quantity  is 
given  by 

Av  =  427[772W  -  [Hlx)]2  (5) 

If  the  magnitude  of  the  C  field  is  expressed  as 

H(x)  =  H0(x)  +  cl,  (6) 

where  Hu(x)  is  the  nonuniform  residual  field  in  the  drift- 
space  region  observed  with  the  current  /  producing  the 
C  field  turned  off,  and  c  is  a  constant,  it  can  readily  be 
shown  by  direct  substitution  of  (6)  into  (5)  that 

Av  =  427[//o2(.v)  -  [Hp)}2.  (7) 

It  is  assumed  here  that  the  residual  field  H»(x)  does  not 
depend  on  I. 

In  the  case  of  NBS  II  and  NBS  III,  H0(x)  has  been 
measured  by  drawing  a  small  sensitive  magnetometer 
probe  through  the  C'-field  region  along  the  beam  axis.  A 
continuous  plot  of  this  field  measurement  for  XBSII 
is  shown  in  Fig.  6.  The  end  points  fit  the  recording 
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Fig.  6.    Variation  of  magnitude  of  residual  field  Ho, 
along  the  length  of  C-lield  region  of  NBS  II. 
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coincide  with  the  positions  of  the  openings  in  the  mag- 
netic shields  where  the  two  ends  of  the  resonant  cavity 
pass  through  the  shields.  Similar  data  for  NBS  III 
show  slightly  better  uniformity  even  though  the  drift- 
space  region  is  much  longer.  The  average  residual  field 
in  NBS  II  was  0.001  Oe  about  four  years  ago  and  has 
deteriorated  to  about  0.003  Oe  at  the  present  time. 
Ho(x)  for  NBS  III  is  0.0004  Oe.  No  degaussing  of  the 
magnetic  shields  has  been  employed  to  date.  If  the  error 
Av  is  computed  from  (7)  using  the  residual  field  data  in 
Fig.  6,  a  value  of  less  than  1X10_U  is  obtained.  Since 
it  is  impractical  to  measure  this  uniformity  very  often, 
however,  it  is  considered  that  this  effect  may  contribute 
a  maximum  uncertainty  of  perhaps  +  1X10-13  to  the 
estimate  of  inaccuracy. 

Certain  other  types  of  C-field  nonuniformity  can  dis- 
tort the  observed .  cesium  resonance  asymmetrically, 
producing  a  frequency  error  as  a  result.  Such  an  effect 
occurs,  for  example,  if  the  average  field  in  the  region 
between  the  oscillating  fields  differs  from  the  average 
field  within  the  oscillating  field  regions.  From  an  exam- 
ination of  the  symmetry  of  the  field  dependent  (4,  1) 
<->(3,  1)  transition,  which  provides  a  sensitive  indication 
of  this  condition,  we  conclude  that  any  resultant  errors 
should  be  less  than  +  5X10-13  for  both  NBS  II  and 
NBS  III.  Local  nonuniformity  of  the  C  field  within  the 
oscillating  field  regions  can  produce  large  frequency 
shifts,  which  are  expected  to  be  strongly  dependent  on 
the  microwave  power  level.  The  absence  of  a  large 
dependence  of  frequency  on  power  level  for  either  stan- 
dard ,  together  with  the  magnetometer  data,  suggests  the 
lack  of  a  significant  contribution  to  inaccuracy  from 
this  source. 

Reversing  the  polarity  of  the  NBS  III  C  field  pro- 
duced no  frequency  shift  greater  than  the  measurement 
precision  of  5X10-13. 

The  microwave  cavity  has  been  investigated  in  order 
to  determine  the  existing  phase  difference  between  the 
oscillating  field  regions,  dependence  of  the  measured 
cesium  frequency  on  cavity  tuning,  and  the  existence  of 
possible  fringing  of  the  electromagnetic  field  at  the 
beam  coupling  holes.  Of  these  effects,  the  last  was  in- 
vestigated by  placing  a  horizontal  wire  grid  across  each 
opening  in  the  resonant  cavity  end  sections  in  an  effort 
to  reduce  any  existing  leakage  field.  Measurements 
were  then  performed  to  determine  the  presence  of  a 
frequency  shift,  but  none  was  observed.  The  measure- 
ments were  obtained  with  NBS  II  as  a  reference. 

A  detuning  of  the  resonant  cavity  by  1.3  MHz  re- 
sulted in  a  frequency  shift  of  3X10-12.  It  is  believed, 
however,  that  this  tuning  change  does  not  result  in  a 
pulling  of  the  cesium  resonance  frequency,  but  rather 
results  in  a  change  in  the  phase  shift  between  the  two 
oscillating  field  regions  of  the  resonant  cavity.  This  is 
thought  to  be  a  result  of  asymmetry  of  the  tuning 
mechanism.  As  long  as  the  cavity  is  tuned  to  the  cesium 
resonance,  the  phase  difference  should  remain  constant. 
The  only  contribution  to  uncertainty  in  the  frequency 
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measurements  would  then  be  the  uncertainty  in  the 
phase  difference  determination. 

The  accurate  determination  of  the  frequency  shift 
caused  by  phase  differences  existing  in  the  cavity  has 
proved  to  be  one  of  the  more  difficult  problems  en- 
countered with  NBS  III.  The  first  method  used  to 
measure  this  effect  consisted  of  measuring  the  NBS  III 
resonance  frequency  relative  to  that  of  NBS  II  both 
before  and  after  the  entire  NBS  III  cavity  structure 
was  physically  rotated  by  180°.  One  half  of  any  fre- 
quency shift  observed  as  a  result  of  this  operation  may 
be  attributed  to  a  phase-difference  effect  and  applied  as 
a  correction  to  all  measurements.  The  physical  rotation 
of  this  extremely  long  cavity,  however,  appears  to  de- 
form the  structure  in  an  unreproducible  manner  to 
such  an  extent  that  the  observed  frequency  shift  is 
reproducible  to  only  5X10-12.  In  an  effort  to  minimize 
any  such  effects,  a  second  method  has  recently  been 
employed  in  which  the  direction  of  traversal  of  the 
beam  through  the  cavity  is  reversed  by  interchanging 
the  atomic  beam  oven  and  detector,  while  leaving  the 
cavity  undisturbed.  Although  this  technique  has  been 
found  to  yield  better  reproducibility,  the  contribution 
from  this  source  to  the  overall  inaccuracy  of  NBS  III 
is  nevertheless  considered  to  be  +  3X10-12. 

Experiments  to  determine  the  existence  of  frequency 
shifts  due  to  oven  and  detector  offset  in  the  horizontal 
plane  have  shown  no  net  frequency  shift  greater  than 
1X10-12  for  a  position  change  of  1.7  mm.  The  normal 
operating  point  was  included  in  this  range.  A  horizontal 
misalignment  of  0.5  mm  would  be  considered  excessive. 

Another  possible  source  of  systematic  frequency  shifts 
may  be  a  first-order  Doppler  effect.  If,  due  to  imperfect 
alignment,  atoms  have  a  component  of  their  velocity 
parallel  to  the  radiation  field  and  a  net  traveling  wave 
exists  in  the  cavity,  a  frequency  shift  may  occur,  given 
approximately  by 


where  R  is  the  power  reflection  coefficient,  v  is  the  mean 
speed  of  the  atoms  in  the  beam,  and  a  is  the  angle  be- 
tween the  waveguide  and  a  line  normal  to  the  beam. 
Some  measurements  made  with  the  NBS. I  thallium 
standard  suggested  the  existence  of  such  a  shift  in  that 
machine.  Similar  experiments  performed  recently,  using 
NBS  II,  however,  failed  to  disclose  any  such  shifts. 

The  unavoidable  second-order  Doppler  shift  of  v2/2c2 
amounts  to  4X10-13  for  both  standards. 

The  electronics  systems  for  the  atomic  beam  fre- 
quency standards  have  been  extensively  investigated  as 
possible  sources  of  systematic  frequency  errors.  As  the 
power  level  of  the  excitation  signal  was  varied  from  3 
mW  to  12  mW  (normal  value  =  4  raW),  the  frequency 
of  NBS  III  shifted  -5X10-'2.  A  resonant  cavity  with 
a  phase  difference  between  the  oscillating  field  regions 
usually  produces  such  behavior,  i.e.,  the  frequency  shift 
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is  generally  power  dependent.  Under  these  conditions, 
as  long  as  the  power  is  constant,  the  phase  difference 
should  be  fixed,  and  no  additional  inaccuracy  should 
exist. 

The  power  spectrum  of  the  frequency  multiplier 
chain  used  with  the  cesium  standards  has  been  investi- 
gated at  intervals  with  the  ammonia  maser  spectrum 
analyzer  [8].  Most  recent  results  show  the  brightest  g 
sidebands  to  be  down  about  43  dB  at  9180  MHz,  which  * 
is  the  34th  harmonic  of  the  270  MHz  output  signal  of  jjj 
the  multiplier  chain.  Although  sidebands  down  by  this  ™ 
amount  cannot  cause  sufficient  distortion  of  the  reso-  £ 
nance  to  result  in  significant  frequency  shifts,  an  allow- 
ance must  be  made  for  the  fact  that  the  spectrum  may 
change  significantly  from  time  to  time.  This  has  been 
found  to  be  particularly  true  when  the  sidebands  are 
due  to  the  power  line  frequency  and  its  harmonics, 
making  the  spectrum  sensitive  to  changes  in  ground 
loops  and  various  electrical  connections  in  the  labora- 
tory. In  arriving  at  estimates  of  inaccuracy  for  the 
standards,  therefore,  contributions  of  +2X10-12  for 
NBSIII  and  ±6X10"12  for  NBS  II  are  included  for 
this  possible  error  source.  The  larger  contribution  from 
NBS  II  reflects  the  fact  that  a  wide  spectral  line  is  more 
sensitive  to  such  errors  than  a  narrow  one.  Although  it 
is  impractical  to  examine  the  spectrum  very  often  using 
the  maser  analyzer,  it  has  been  found  useful  to  monitor  _. 
regularly  with  an  oscilloscope  the  beat  frequency  at  £ 
about  100  Hz  between  the  normal  cesium  excitation 

signal  and  a  similar  signal  from  another  oscillator-     Z  - 
...  .  m  * 

multiplier  chain  system  that  is  known  to  have  a  clean  2 

spectrum.  On  several  occasions,  small  spurious  modula-  « 
tions  have  been  detected  on  the  beat  signal  which  were 
causing  frequency  shifts  of  only  1X10-11. 

Servo  system  contributions  to  inaccuracy  have  been 
discussed  in  an  earlier  report  [7].  Some  effects  have 
been  studied  in  more  detail  since  that  time.  Special 
effort  has  been  made  to  measure  the  effects  of  second 
harmonic  distortion  of  the  37.5-Hz  modulating  signal 
used  in  the  servo  systems  of  both  machines.  This  was 
accomplished  by  using,  for  example,  NBS  III  as  a 
reference  while  a  carefully  controlled  percentage  of 
second  harmonic  distortion  was  added  to  the  NBS  II 
servo  system.  The  frequency  of  NBS  II  was  observed 
while  the  phase  of  the  second  harmonic  distortion  was 
varied  relative  to  the  phase  of  the  37.5  Hz  fundamental. 
This  experiment  was  performed  at  0.4  percent,  1  per- 
cent, and  3  percent  added  second  harmonic  distortion. 
The  dependence  of  the  frequency  of  the  standar  I  on 
the  second  harmonic  distortion  is  basically  in  accord 
with  the  relation  Av  =  (\/2)Dfd  sin  a  where  Av  is  the 
shift  in  the  transition  frequency,  D  is  a  measure  of  the 
second  harmonic  distortion,  fd  is  the  peak  frequency 
deviation  of  the  excitation  signal  due  to  the  modulation, 
and  a  is  the  phase  angle  of  the  second  harmonic  signal 
relative  to  the  fundamental.  One  percent  distortion  at 
a  relative  phase  of  90°  produced  a  frequency  shift  of 
3X10-11. 
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Fig.  7.    Relative  frequency  of  NBS  II  vs.  percentage 
added  second  harmonic  distortion. 
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Fig.  8.    Relative  frequency  of  NBS  III  vs.  percentage 
added  second  harmonic  distortion. 


The  second  set  of  experiments  performed  on  both 
standards  was  the  determination  of  the  frequency  de- 
pendence on  the  percentage  of  the  second  harmonic 
distortion  added  to  the  servo  system.  One  standard  was 
the  reference  in  one  experiment,  while  the  situation  was 
reversed  for  the  other  experiment.  The  phase  of  the 
second  harmonic  signal  relative  to  the  fundamental  in 
each  case  was  adjusted  to  the  value  which  produced 
maximum  shift  of  the  transition  frequency  for  any  par- 
ticular amount  of  second  harmonic  distortion.  The  re- 
sults are  shown  in  Figs.  7  and  8.  It  is  apparent  that  the 
transition  frequency  as  measured  by  NBS  III  is  affected 
by  second  harmonic  distortion  less  than  one  half  as 
much  as  that  for  NBS  II.  NBSIII  therefore  has  an 
advantage  over  NBS  II  in  this  respect,  due  to  its  nar- 
rower line  width. 

The  independent  servo  systems  have  been  compared 
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recently  via  NBS  III.  Forty-minute  measurements  of 
the  frequency  of  a  high  quality  quartz  oscillator  taken 
alternately  with  the  two  servo  systems  show  agreement 
to  within  1X10-12.  The  precision  of  each  measurement 
was  0.9  X10-12.  Similar  results  were  obtained  using 
NBS  II. 

Further  sources  of  small  errors  which  have  been 
eliminated  are  large  60-Hz  fields  arising  from  physical 
layout  of  power  outlets  on  NBS  II  and  stray  field  leak- 
age into  the  chopper  demodulator  in  one  of  the  servo 
systems.  In  addition,  the  frequency  multiplier  chain 
used  with  NBS  II  has  been  provided  with  better  shield- 
ing, and  the  input  impedance  of  this  chain  has  been 
adjusted  to  50  0.  Possible  frequency  errors  resulting 
from  time  dependent  phase  shifts  in  the  multiplier 
chain  have  been  considered,  and  some  experimental 
work  in  this  area  is  presently  underway. 

An  overall  estimate  of  inaccuracy  for  each  of  the 
standards  may  be  made  by  combining  in  some  appro- 
priate manner  the  individual  contributions  to  uncer- 
tainty discussed  above.  If  we  make  the  reasonable 
assumption  that  the  individual  effects  are  independent 
of  one  another,  the  proper  method  of  combination  is  to 
use  the  square  root  of  the  sum  of  the  squares  as  the 
overall  estimate.  Table  I  is  a  summary  of  the  estimates 
of  uncertainty  due  to  the  individual  sources  considered 
for  both  NBS  II  and  NBS  III.  The  combined  total  3<r 
estimates  of  uncertainty  are  found  to  be  +  8.0X10-12 
for  NBS  II  and  +  4.9X10-'2  for  NBS  III.  The  indi- 
vidual estimates  given  in  the  table  are  considered  to 
be  reasonable  limits  of  error,  approximately  correspond- 
ing to  statistically-determined  3a  estimates,  for  those 
effects  not  directly  amenable  to  statistical  analysis. 
The  values  given  for  Doppler  shifts  and  multiplier- 
chain  transient  phase  shifts  are  necessarily  tentative  at 
this  time,  due  to  a  lack  of  conclusive  experimental  evi- 
dence. 


TABLE  I 

Contributions  to  Inaccuracy  for  NBS  II  and  NBS  III 
Estimated  Uncertainty  X  10 12 


Source  of  Uncertainty 

NBS  II 

NBS  III 

1)  Random  measurement  errors  (1  hr.)  3<r 

limits 

+  3 

.0 

+  1 . 

5 

2)  Magnitude  of  H(x)—3a  limits 

±0 

.6 

±0, 

3 

3)  Overlap  of  neighboring  transitions 

±2. 

0 

±1. 

0 

4)  Use  of  H(Xy  for  H\x) 

+  0 

,1 

±0. 

1 

5)  Distortion  effects  arising  from  C  field 

nonuniformity 

+  0 

.5 

±0 

,5 

6)  C-field  polarity  effects 

+  0 

.5 

+  0 

5 

7)  Cavity  mistuning 

+  0 

.1 

+  0 

1 

8)  Uncertainty  in  magnitude  of  cavity 

phase  shift 

+  2 

.0 

+  3 

0 

9)  Doppler  shifts 

+  1 

.0 

+  1 

0 

10)  Microwave  power  level 

±1 

.0 

+  1 

.0 

11)  Spectral  purity  of  excitation 

±6 

.0 

±2 

.0 

12)  Second  harmonic  distortion  of  servo 

modulation 

+  1 

.5 

+  0 

.5 

13)  Miscellaneous  servo  system  effects 

+  2 

.0 

+  2 

.0 

14)  Multiplier  chain  transient  phase  shifts 

+  1 

.0 

±1 

.0 

Total  ia  Estimated  Uncertainty  (square 

root  of  sum  of  squares) 

±8 

.0 

+  4 

.9 
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Checks  upon  the  estimates  of  accuracy  are  obtained 
from  comparisons  of  the  cesium  (4,  0)<->(3,  0)  transition 
frequency  as  measured  by  the  two  independent  stand- 
ards. The  measured  frequency  difference  between 
NBS  II  and  NBS  III  contains  data  accumulated  over  a 
long  period  of  time.  Many  of  the  data  were  obtained  in 
the  first  stages  of  operation  of  NBS  III  when  fluctua- 
tions were  larger  than  they  have  been  more  recently. 

Between  September  1963  and  March  1,  1964,  mea- 
surements of  the  frequency  difference  between  NBS  III 
and  NBS  II  were  hampered  by  various  electronic  prob- 
lems and  a  three-year  accumulation  of  dirt  and  pump 
oil  in  the  resonant  cavity  end  sections  of  NBS  II.  This 
residue  resulted  in  a  large  phase  difference  between  the 
two  oscillating  field  regions.  A  180°  rotation  of  the 
resonant  cavity  produced  a  frequency  shift  of  2.4  X 10-11. 
After  the  cavity  was  cleaned  on  March  1,  1964,  rota- 
tion produced  a  frequency  shift  of  (2.0  +  0.4)  X  10-12, 
where  the  quoted  uncertainty  is  the  \a  limit  computed 
from  the  data.  The  average  frequency  difference  dur- 
ing this  period  was  2X10-11. 

Between  March  1  and  May  22,  the  average  frequency 
difference  between  the  two  standards  was  (7  +  2)  X 10-12. 
Two  changes  were  made  in  this  period:  the  input  im- 
pedance of  the  frequency  multiplier  chain  used  with 
NBS  II  was  brought  down  from  150  fi  to  50  £2,  and  the 
shielding  for  this  multiplier  chain  was  made  more 
adequate.  From  May  22,  1964  to  June  1,  1965,  the 
average  measured  difference  between  the  two  standards 
was 

NBS  III  -  NBS  II  =  +  (1.4  ±  1.0)  X  10"12, 

where  the  quoted  uncertainty  is  once  again  the  com- 
puted lcr  limit. 

Conclusion 

Experience  gained  at  the  National  Bureau  of  Stan- 
dards over  a  period  of  six  years  with  three  independent 
cesium  standards  has  shown  that  realistic  accuracy 
figures  of  +5X10-12  and  measurement  precisions  of 
1  X  10-13  in  two  hours  are  obtainable  with  existing  stand- 
ards. By  reducing  the  uncertainties  due  to  cavity  phase 
shifts,  random  measurement  errors,  and  spectral  purity, 
and  by  careful  attention  to  the  remaining  electronic 
problems,  it  is  believed  that  an  accuracy  figure  of 
±lX10~123<r  may  be  realized  for  the  NBS  standards 
within  the  next  one  or  two  years. 
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Evaluation  of  a  Thallium  Atomic  Beam  Frequency 
Standard  at  the  National  Bureau  of  Standards 


R.  E.  BEEHLER  and  D.  J.  GLAZE 


Abstract — The  original  NBS  cesium  standard  (NBS  I)  has  been 
converted  to  a  thallium  standard  and  was  operated  for  one  and  one- 
half  years  with  a  typical  precision  of  2X10~12  and  an  accuracy  of 
1  X  10_n.  Experiments  are  described  which  were  performed  to  estab- 
lish these  precision  and  accuracy  estimates.  These  results,  which 
are  comparable  to  those  obtained  with  longer  cesium  standards,  are 
considered  sufficiently  encouraging  to  justify  the  conversion  of  a 
longer  cesium  standard  to  thallium  for  a  more  thorough  evaluation. 

I.  Introduction 

IN  1957,  P.  Kusch  pointed  out  the  possible  advan- 
tages that  thallium  should  have  over  cesium  in 
atomic  beam  frequency  standards  [l].  The  small 
quadratic  dependence  of  the  frequency  on  the  uniform 
magnetic  field  in  which  the  transition  occurs  is  given  by 

KCs133)  =  p„(Cs)  +  427//2(in  Hz),  (1) 
f(Tl205)  =  po(T1)  +  20.4#2  (in  Hz).  (2) 

The  fractional  uncertainties  in  frequencies  resulting 
from  uncertainties  in  H  are  given  by 

^— ^  =  9.1  X  10-8#A#,       for  cesium,  and  (3) 

^— ^  =  1.9  X  lO^HAH,       for  thallium.  (4) 

Thus,  the  (1,  0)^(0,  0)  transition  in  thallium  is  l/50th 
as  sensitive  to  the  field  as  is  cesium.  This  is  no  longer 
as  great  an  advantage  as  it  was  originally,  since  the  C 
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fields  have  been  so  drastically  improved  in  the  cesium 
beams  [2]. 

A  further  advantage  for  thallium  arises  from  its 
simpler  atomic  spectrum,  since  there  are  only  two 
microwave  transitions  neighboring  the  (1,  0)<->(0,  0)  a 
transition  already  mentioned.  These  two  tt  transitions 
are  the  (F=l,  mF—  l)<->(f  =  0,  mF  =  0)  transition  and 
the  (F—l,  mF=  —  1)<->(F  =  0,  mF  =  0)  transition.  Thus, 
with  different  C-field  orientations  necessary  to  excite 
these  two  sets  of  transitions,  proper  parallelism  of  the 
cr-oriented  C  field  with  the  two  oscillating  field  regions 
in  the  resonant  cavity  end  sections  should  insure  free- 
dom from  overlap  of  ir  transitions.  Also,  the  simpler 
thallium  spectrum  should  allow  a  greater  signal  inten- 
sity for  the  (1,  0)<->(0,  0)  thallium  transition  than  for 
the  corresponding  (4,  0)<->(3,  0)  transition  in  cesium, 
since  a  greater  percentage  of  the  thallium  atoms  have 
energies  in  the  desired  states.  Finally,  the  thallium 
transition  frequency  is  more  than  double  that  of  cesium, 
so  that,  for  the  same  absolute  uncertainty  in  the  fre- 
quency, a  higher  relative  precision  of  measurement  is 
obtained  for  the  thallium  standard  than  for  the  cesium 
standard. 

II.  The  NBS  Thallium  Beam  Standard 

These  possible  advantages  led  to  the  conversion  of 
NBS  I,  the  original  NBS  cesium  standard  with  an  inter- 
action length  of  55  cm,  to  a  thallium  standard  in 
September,  1962.  The  thallium  standard  is  shown  in 
Fig.  1. 

A  considerable  amount  of  time  was  spent  in  develop- 
ing and  improving  a  suitable  detection  system.  Wire 
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Fig.  1.    Thallium  atomic  beam  frequency  standard. 

0.013  cm  in  diameter  drawn  from  a  pure,  single  crystal 
of  tungsten  has  given  the  most  noise-free  performance 
as  a  surface  ionization  detector  for  the  thallium  beam. 
Since  thallium  has  an  ionization  potential  of  about  6.1 
volts,  the  tungsten  wire  must  be  oxidized  to  provide  a 
work  function  high  enough  to  allow  efficient  ionization 
of  the  thallium  atoms.  The  oxidation  and  operating 
procedures  that  have  been  developed  are  as  follows: 

1)  Before  the  oven  temperature  is  raised  to  its  operat- 
ing value  of  610°C,  pure  oxygen  is  admitted  to  the 
vacuum  system  by  opening  a  variable  leak  rate  valve 
mounted  on  the  detector  cover  plate  of  NBS  I.  The 
detector  wire  temperature  is  near  900°C  as  measured 
by  an  optical  pyrometer. 

2)  Enough  oxygen  is  admitted  to  raise  the  system 
pressure  to  one  torr  or  higher. 

3)  The  detector  temperature  drops  below  700°C 
under  these  conditions.  The  temperature  is,  however, 
next  increased  to  about  900°C.  After  approximately 
one  minute,  the  variable  leak  rate  valve  is  closed. 

4)  As  the  oxygen  is  being  evacuated  from  the  system, 
the  detector  current  is  decreased  as  necessary  in  order 
to  maintain  the  temperature  near  900°C. 

5)  Frequency  measurements  can  be  made  when  the 
system  pressure  falls  below  3X10-0  torr,  usually  within 
10  minutes,  if  the  oven  is  up  to  temperature. 

Although  repeated  oxidation  of  the  detector  with  the 
oven  hot  no  longer  causes  clogging  of  the  oven  slit,  this 
procedure  is  detrimental  to  the  molybdenum  heater 
coils  and  is  therefore  used  no  more  than  is  absolutely 
necessary. 

The  detector  is  normally  operated  at  a  relatively  high 
temperature  in  order  to  decrease  the  "sitting"  time  of 
the  atoms  on  the  wire  so  that  a  servo  technique  of 
measurement  involving  37.5  Hz  modulation  of  the 
microwave  excitation  can  be  utilized.  At  900°C-1000°C 
the  oxide  is  stable  for  as  long  as  13  hours — this  is  the 
longest  continuous  operating  time  to  date  on  the  thal- 
lium system.  During  this  and  similar  long-term  runs, 
the  oxide  showed  no  tendency  to  deteriorate.  Ionization 
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efficiency  for  this  system  has  been  estimated  to  be  at 
least  50  percent.  Signal-to-noise  ratios  for  the  central 
peak  of  the  Ramsey  resonance  curve  are  generally  in 
the  vicinity  of  300-400. 

The  interaction  length  of  55  cm  for  the  NBS  I  thal- 
lium standard  results  in  a  spectral  line  width  of  about 
280  Hz  as  compared  to  330  Hz  for  the  same  machine 
operated  with  cesium.  The  loaded  Q  of  the  resonant 
cavity  is  2800.  The  frequency  shift  observed  upon  rota- 
tion of  the  cavity  by  180°  about  a  vertical  axis,  presum- 
ably resulting  from  a  phase  difference  between  the  two 
oscillating  field  regions,  is  less  than  2X10-12.  Two  such 
rotations  were  performed. 

During  the  course  of  the  thallium  investigations,  this 
cavity  was  found  to  have  become  detuned  by  about 
6  MHz.  This  detuning  of  the  cavity  from  the  thallium 
transition  frequency  was  accompanied  by  a  shift  in 
this  frequency  of  4  X  10_".  This  detuning  was  attributed 
to  a  temperature-stress-tuning  correlation  even  though 
this  cavity  had  been  provided  with  considerable  me- 
chanical bracing.  Further,  the  measured  thallium  transi- 
tion frequency  depends  significantly  on  the  cavity  tun- 
ing plunger  position,  with  a  frequency  minimum  occur- 
ring when  the  cavity  is  tuned  to  the  thallium  line  fre- 
quency. This  effect  is  not  believed  to  be  a  result  of 
frequency  pulling  by  the  resonant  cavity,  which  is 
calculated  to  be  only  0.0093  Hz  or  about  4.4  XIO"13  for 
a  detuning  of  6  MHz,  but  rather  a  result  of  a  changing 
phase  difference  between  the  two  oscillating  field  re- 
gions of  the  cavity  due  to  possible  asymmetry  of  the 
tuning  mechanism. 

This  cavity,  which  is  the  second  one  constructed  for 
the  thallium  system,  has  been  provided  with  electro- 
formed  copper  end  sections,  smaller  beam  coupling 
holes,  and  electroformed  extensions  out  from  the  beam 
holes  to  minimize  field  fringing  effects  at  these  holes. 
As  a  result,  the  dependence  of  the  measured  thallium 
transition  frequency  on  microwave  power  level  that  had 
been  observed  with  the  first  cavity  is  eliminated,  at 
least  for  power  levels  below  50  mW. 

Considerations  of  accuracy  are,  for  the  present, 
necessarily  confined  to  internal  estimates.  A  second 
thallium  standard  is  nearly  ready  for  operation  and 
should  provide  a  better  indication  of  accuracy. 

In  order  to  obtain  an  estimate  for  AH,  the  uncertainty 
in  the  magnitude  of  the  uniform  magnetic  field,  two 
independent  calibrations  of  the  field  using  the  (4,  1) 
<->(3,  1)  transition  in  cesium  and  the  (1,  1)<— >(0,  0)  tt 
transition  in  thallium  were  compared.  At  the  relatively 
high  field  of  0.140  Oe  used  in  most  of  the  early  measure- 
ments, the  calibrations  agreed  to  within  0.002  Oe. 
Considering  AH  to  be  +0.001  Oe,  we  find  Av/v  to  be 
+  3X10-13.  These  data  were  taken  with  a  power  supply 
not  as  stable  or  well  regulated  as  the  one  used  for  NBS 
II  and  NBS  III,  the  NBS  cesium  standards. 

To  operate  at  0.070  Oe  reasonable  evidence  must  exist 
that  no  overlap  effects  occur  due  to  the  it  transitions. 
This  evidence  is  obtained  from  two  sources.  First,  care- 
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ful  searches  were  made  for  tt  transitions  with  the  C-field 
direction  oriented  for  a  transitions.  The  signal-to-noise 
ratio  of  the  a  transition  was  always  as  good  as  200.  No 
evidence  of  it  transitions  has  ever  been  detected.  Second, 
further  evidence  of  the  absence  of  overlap  shifts  is  pro- 
vided by  the  plot  of  the  frequency  of  the  normal 
(1,  0)<->(0,  0)  transition  vs.  the  square  of  the  C-field 
current  shown  in  Fig.  2.  The  half  length  of  the  vertical 
bar  at  each  plotted  point  represents  the  precision  of 
measurement  (standard  error  of  the  mean).  Any  over- 
lap shifts  should  be  most  pronounced  at  low  values  of 
the  C  field.  No  significant  deviation  from  linearity  ap- 
pears even  at  the  lowest  field  used  of  0.015  Oe,  which 
corresponds  to  a  C-field  correction  of  only  2  X  10~13.  The 
rms  deviation  of  the  points  from  the  least  squares  line 
is  only  4X10"12. 

Reversal  of  the  C-field  polarity  produced  no  frequency 
shift  within  the  measurement  precision  of  2.5  XlO-12. 
Such  a  shift  had  been  observed  with  the  earlier  thallium 
cavity  where  significant  leakage  of  the  microwave  radia- 
tion field  from  the  beam  holes  was  present. 

Magnetic  shielding  of  the  C-field  region  is  accom- 
plished by  an  outer  soft  iron  cylinder  and  an  inner  mu- 
metal  cyclinder.  The  measured  nonuniformity  of  field 
along  the  length  of  the  C-field  region  is  within  +0.001 
Oe  at  a  field  of  0.050  Oe.  This  and  the  residual  field  of 
+  0.001  Oe  produce  negligible  uncertainties  in  the  fre- 
quency measurements  and  are  not  considered  limitations 
at  present. 

A  block  diagram  of  the  servo  measurement  system 
appears  in  Fig.  3.  The  same  two  independent  servo 
systems,  employing  37.5  Hz  modulation,  that  are  used 
regularly  with  the  NBS  cesium  standards  are  also  us- 
able in  the  thallium  case.  The  only  modification  required 
is  to  increase  the  peak  frequency  deviation  due  to  the 
modulation  because  of  the  greater  relative  line  width  for 
NBS  I.  Comparisons  of  recent  manual  measurements 
with  servo  measurements  show  agreement  to  within 
2  XlO-12  The  precision  of  measurement  for  the  manual 
data  was  2.4 XlO-12,  and  that  for  the  servo  data  was 
1.5  XlO-12.  Interchange  of  the  vacuum  tube  servo  sys- 
tem with  the  transistorized  servo  system  resulted  in  a 
frequency  shift  of  less  than  2.5 XlO-12,  which  was  the 
precision  of  measurement.  A  detailed  evaluation  of  the 
vacuum  tube  servo  system  has  been  reported  previ- 
ously [3j. 

The  power  spectrum  of  the  frequency  multiplier  chain 
used  in  the  measurement  system  has  been  improved  by 
the  addition  of  more  adequately  filtered  power  supplies. 
The  brightest  sidebands  of  60  Hz  and  120  Hz  are  now 
down  about  35  dB  at  the  thallium  transition  frequency. 
Previous  power  supplies  contributed  time  dependent, 
asymmetric  sidebands  which  caused  many  nonrepro- 
ducible  frequency  shifts  in  the  thallium  transition 
frequency. 

The  average  precision  of  measurement  for  the  thal- 
lium standard  over  one  hour  averaging  times,  as  deter- 
mined from  more  than  one  year's  data,  is  2  X  10~'2  when 
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Fig.  2.    Thallium  resonant  frequency  vs.  square  of  C-field  current. 
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Fig.  3.    Block  diagram  of  the  thallium  servo  measurement  system. 

compared  with  a  high  quality  quartz  oscillator  or  either 
of  the  NBS  cesium  standards.  Occasionally,  measure- 
ment precisions  of  4  X10-13  have  been  observed  with  one 
of  the  cesium  standards  as  reference.  When  the  average 
standard  error  of  the  mean  of  2  X10~12  for  a  one-hour 
measurement  is  compared  to  the  standard  deviation  of 
1  XlO-11  for  daily  measurements  made  over  a  period  of 
months,  a  discrepancy  is  apparent,  suggesting  a  lack  of 
statistical  control  in  the  measurement  process.  For 
intermediate-length  measurement  periods  of  several 
hours  within  a  given  day,  however,  such  as  the  thirteen- 
hour-frequency  comparison  of  the  thallium  standard 
with  NBS  III,  shown  in  Fig.  4,  much  better  control  is 
indicated.  Here,  the  average  precision  of  the  one-hour 
measurements  is  1X10-12,  while  the  standard  error  of 
the  mean  for  the  group  of  13  one-hour  points  is  about 
6 XlO-13,  this  being  an  indication  of  the  precision  ex- 
pected for  a  measurement  averaged  over  a  thirteen-hour 
period.  The  one-hour  precision  for  NBS  III  is  typically 
5  XlO-13  which  is  only  about  4  times  better  than  the 
corresponding  figure  for  the  much  shorter  thallium 
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Fig.  4.    13-hour  stability  comparison  of  thallium  standard, 
NBS  III,  and  a  crystal  oscillator  (April  16-17,  1964). 

standard.  In  view  of  the  ratio  of  the  interaction  lengths 
of  about  7,  this  precision  comparison  is  encouraging. 

The  precision  associated  with  the  thallium  standard 
does  depend  on  the  oxide  coating  on  the  detector  wire. 
As  the  detector  wire  ages  and  is  oxidized  away,  the  de- 
tection efficiency  for  the  0.013-cm  wide  beam  drops, 
along  with  the  intensity  of  the  Ramsey  pattern.  As  long 
as  this  intensity  is  a  reasonable  value  (2-5  XlO-12 
amperes  of  detected  beam  current)  ,  the  precision  is  quite 
satisfactory. 

The  best  value  for  the  measured  frequency  of  the 
(F=\,  otf  =  0)<->(F  =  0,  mF  =  0)  transition  in  thallium  in 
zero  magnetic  field  [with  respect  to  an  assigned  fre- 
quency of  9192631770  Hz  to  the  (F=4,  mF  =  0)^(F  =  3, 


thf  =  0)  transition  in  cesium]  is 

e0(Tl)  =  21,  310,  833,  945.9  ±  0.2  Hz. 

The  quoted  accuracy  figure  of  ±  0.2  Hz  or  +  1  X  10_1 1  is 
a  tentative  but  best  estimate  from  the  accumulated 
data.  This  frequency  determination  agrees  with  that 
obtained  by  the  Swiss  group  at  Neuchatel  Observatory 
Oo  21,310,833,945.1  +  1.0  Hz)  to  within  the  quoted 
limits  [4]. 

Future  intentions  for  thallium  standards  include 
installation  of  permanent  magnets  of  higher  field  inten- 
sity than  those  presently  used  in  NBS  I,  and  evaluation 
of  NBS  II  as  a  thallium  standard.  The  use  of  NBS  II 
will  allow  direct  comparison  of  two  thallium  standards 
with  the  added  benefit  of  the  narrower  spectral  line 
width  of  NBS  II. 

Conclusion 

The  results  obtained  from  the  short  thallium  standard 
have  been  sufficiently  encouraging  to  justify  an  evalua- 
tion of  a  longer  and  more  refined  thallium  system.  Com- 
parison of  two  independent  thallium  standards  should 
provide  a  more  reliable  accuracy  figure  for  comparison 
with  cesium  and  hydrogen. 
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Abstract — Intercomparisons  of  average  frequency  and  of  fre- 
quency stability  were  made  among  one  Hewlett-Packard  5060A 
cesium  beam,  two  Varian  Associates  H-10  atomic  hydrogen  masers, 
and  the  National  Bureau  of  Standards  NBS  III  cesium  beam  desig- 
nated as  the  United  States  Frequency  Standard.  Each  of  the  stan- 
dards displayed  a  white  noise  frequency  fluctuation  behavior  with  a 
transition  into  an  approximate  flicker  of  frequency  fluctuation  be- 
havior for  longer  time  intervals.  The  rms  fractional  frequency  fluc- 
tuation between  adjacent  samples,  o(t,  N=2),  was  6X10~n7-~1/2 
down  to  a  flicker  level  of  about  3X10-13  for  the  hp  5060A  cesium 
beam  (102<t<104s),  1  XIO-11^1'2  down  to  a  flicker  level  of  less  than 
lX10"13for  NBS  III  cesium  beam  (102<7-<104s),  and  5X10-13t--1/2 
down  to  a  flicker  level  of  about  1X1CT14  for  the  H-10  hydrogen 
masers  (l<r<104s).  The  accuracy  capabilities  of  NBS  III  and 
H-10  #4  are  now  1.1  X10~12  and  0.47  XIO"12,  respectively  (l<r  es- 
timate). 

A  discrepancy  of  only  1.1  parts  in  1012  was  observed  between  the 
average  frequencies  of  the  hp  5060A  cesium  beam  and  the  NBS  III 
cesium  beam,  with  the  former  being  higher  in  frequency. 

In  terms  of  the  frequency  of  the  Cs133  hyperfine  transition  (F=4, 
mF  =  0)<->(/?  =  3,  mF  =  0),  defined  as  9  192  631  770.0000  Hertz,  the 
measured  frequency  of  the  Hx  hyperfine  transition  (F=l,  mp  =  0) 
<->-F  =  0,  wf  =  0)was  c#  =  l  420  405  751.7864+0.0017  Hertz.  This 
is  believed  to  be  the  most  accurate  and  precise  measurement  of  any 
physical  quantity. 

I.  Introduction 

A SERIES  of  measurements  involving  hydrogen 
and  cesium  frequency  standards  [l]  was  made 
"  at  the  National  Bureau  of  Standards  (NBS), 
Boulder,  Colo.,  during  September  and  October  1965. 
The  object  of  the  measurements  was  to  make  intercom- 
parisons of  frequency  between  standards  that  then 
represented  the  state-of-the-art;  to  measure  the  fre- 
quency of  the  hyperfine  separation  of  hydrogen  in  terms 
of  the  provisional  international  standard  of  frequency, 
the  hyperfine  separation  of  cesium  133,  with  higher 
accuracy  than  ever  before;  and  to  obtain  statistical  in- 
formation that  would  give  an  insight  into  the  nature  of 
the  perturbations  that  cause  changes  in  frequency. 
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Participating  in  the  experiments  were  personnel  from 
the  NBS  Atomic  Frequency  and  Time  Standards  Sec- 
tion, the  Hewlett-Packard  Co.,  and  the  Quantum  Elec- 
tronics Division  of  Varian  Associates.  The  equipment 
involved  in  the  measurements  were  the  NBS  III  cesium 
beam  frequency  standard  used  as  the  United  States 
Frequency  Standard  located  at  Boulder,  a  Hewlett- 
Packard  model  hp  5060A  cesium  beam  standard,  and 
two  atomic  hydrogen  masers  model  H-10  built  by 
Varian  Associates.  A  preliminary  report  of  some  of  this 
work  has  been  published  [2]. 

Measurements  involving  time  intervals  ranging  from 
1  second  to  a  maximum  of  4  X  10s  seconds  were  made  be- 
tween these  standards  by  various  techniques  that  are 
described  in  Section  II  of  this  paper.  An  effort  was  made 
to  obtain  statistically  significant  quantities  of  data  to 
allow  analysis  of  the  spectral  density  of  the  phase  or 
frequency  fluctuations  for  sampling  time  intervals  rang- 
ing from  seconds  to  hours.  For  time  intervals  of  greater 
duration,  the  number  of  samples  available  obviously 
diminishes  and  the  relative  magnitude  of  the  confidence 
limits  that  apply  to  any  given  statistically  determined 
parameter  increases.  Hence,  it  is  difficult  to  make  pre- 
cise conclusions  concerning  the  spectral  density  of  the 
very  low  frequency  fluctuations.  Therefore,  the  long 
term  data  are  presented  in  the  form  of  relative  frequency 
vs.  the  time  of  measurement,  as  well  as  in  the  form  of 
o-(t)  vs.  t  plots.  The  plots  of  frequency  vs.  running  time 
can  also  help  one  to  detect  systematic  behavior  of  the 
frequency  fluctuations.  These  two  forms  of  data  presen- 
tation supplement  each  other. 

Emphasis  was  placed  on  making  measurements  at 
what  would  normally  be  considered  as  the  useful  out- 
put frequency,  5  MHz,  in  order  to  include  the  effects 
due  to  the  electronic  circuits  and  frequency  synthesizers 
that  normally  form  part  of  the  frequency  control  sys- 
tem. A  great  deal  of  the  data  was  taken  with  a  5  MHz 
system  developed  at  NBS  using  period  measurement 
(Section  1 1.  A).  This  system  was  especially  useful  for 
measurements  over  continuous  time  intervals  of  102 
seconds  to  104  seconds.  For  measurements  between 
masers  involving  shorter  time  intervals,  a  different 
period  measuring  system  (Section  II. D)  was  used  that 
referred  the  comparison  to  a  common  5  MHz  frequency 
and,  by  frequency  multiplication  back  up  to  1420  MHz, 
allowed  greater  resolution  over  the  shorter  time  inter- 
vals. Relative  stability  measurements  between  masers 
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over  intervals  of  days  were  made  with  this  high  resolu- 
tion system  by  means  of  automatically  printed  period 
measurements  and  strip  chart  recordings  of  relative 
phase  at  1420  MHz. 

An  important  result  from  these  experiments  is  a  more 
accurate  value  of  the  hydrogen  hyperfine  frequency 
(Section  IV)  in  terms  of  the  cesium  133  hyperfine  fre- 
quency assumed  to  be  given  by  9  192  631  770.0000  Hz. 
Due  to  improved  understanding  of  the  perturbations 
affecting  the  frequencies  of  the  hydrogen  and  cesium 
devices,  new  error  budgets  (Section  III)  have  been 
made  for  each  which  are  more  complete  than  those  pre- 
viously made.  The  frequency  of  the  hyperfine  separation 
of  hydrogen  is  found  to  be  1  420  405  751.7864  +  0.0017 
Hz.  The  uncertainty  of  +0.0017  Hz  is  a  \<x  (68  percent 
confidence)  measure  and  corresponds  to  1.2  parts  in 
1012. 

Very  closely  related  to  the  problem  of  intercompar- 
isons  is  the  question  of  intrinsic  frequency  reproducibil- 
ity between  instruments  and  particularly  between  in- 
struments made  by  different  people.  In  the  case  of  the 
two  cesium  devices  having  enormously  different  size, 
beam  flux,  and  resonance  linewidth,  the  data  giving  the 
average  frequency  over  a  run  of  several  days  duration 
indicated  that  the  average  frequencies  agreed  well  with- 
in the  accuracy  limits  assigned  to  each  standard  (Sec- 
tion II. D).  The  frequency  fluctuations  measured  over  a 
large  range  of  time  intervals  t  are  random  and  vary  as 
t-1/2,  the  behavior  of  a  source  which  is  frequency 
modulated  by  white  noise  (Section  II. B). 

Frequency  reproducibility  measurements  between 
hydrogen  masers  constructed  in  different  laboratories 
have  been  made  [3].  However,  since  there  are  relatively 
few  well  stabilized  H  masers  and  since  they  are 
located  in  fixed  installations,  it  is  not  yet  possible  to 
make  definitive  conclusions.  It  is  possible  to  determine 
the  frequency  of  the  hyperfine  separation  of  hydrogen 
for  the  idealized  conditions  of  zero  wall  collision  effects, 
zero  magnetic  field,  zero  absolute  temperature,  and  zero 
electromagnetic  pulling  by  applying  suitable  correc- 
tions. Though  the  reproducibility  of  operating  frequency 
from  one  maser  to  another  for  masers  made  in  a  single 
laboratory  is  considerably  better  than  the  absolute 
reproducibility  specified  in  the  idealized  manner  previ- 
ously mentioned,  the  reproducibility  of  hydrogen  fre- 
quency given  here  is  in  terms  of  those  ideal  conditions. 

II.  Measurements  and  Techniques 

A.  Measurements  with  5  MHz  Comparison  Systems 

Long-term  frequency  comparisons  among  the  cesium 
beam  devices  and  hydrogen  masers  were  made  by  mea- 
suring the  period  of  the  beat  frequency  between  pairs 
of  synthesized  5  MHz  signals  controlled  by  the  various 
atomic  transitions.  The  system  is  shown  in  block  form  in 
Fig.  1  and  consists  of  two  input  channels  at  5  MHz,  each 
consisting  of  an  isolator  amplifier  leading  to  a  mixer. 
The  output  signal  from  the  mixer,  with  peak-to-peak 


amplitude  of  8  volts  and  having  a  frequency  typically 
ranging  from  0.001  Hz  to  10  Hz,  is  led  through  a  low 
pass  filter  to  a  period  measuring  counter  connected  to 
a  card  punch.  Period  data  were  automatically  punched 
on  cards. 

As  many  as  three  such  systems  were  used  simultane- 
ously during  a  run  lasting  49  hours,  during  which  the 
Hewlett-Packard  cesium  beam,  the  NBS  cesium  beam, 
and  a  Varian  H  maser  were  compared.  Plots  of  these 
data  are  shown  in  Fig.  2  and  some  explanation  of  the 
circumstances  should  be  given.  Frequency  offsets  of  a 
few  tenths  of  a  Hertz  (cycle  per  second)  from  5  MHz 
were  arbitrarily  chosen  in  order  to  obtain  frequency 
differences  suitable  for  making  period  measurements  at 
5  MHz.  The  Hewlett-Packard  instrument  was  supplied 
with  a  — 150  X10~10  offset  and  was  operated  according 
to  factory  procedure,  the  NBS  III  instrument  was  oper- 
ated at  a  nominal  —  249  X10-10  offset,  and  the  H  maser 
digital  synthesizing  phase  lock  system  was  adjusted  to 
the  nearest  0.01  Hz  at  1420  MHz  so  as  to  have  a  nominal 
zero  offset  of  its  5  MHz  output  frequency.  The  data 
shown  give  the  hour-by-hour  variation  between  pairs  of 
instruments.  Each  point  is  flagged  with  error  bars  repre- 
senting the  estimated  standard  deviations  of  the  mean 
for  each  one-hour  segment  of  the  run  as  determined  by 
computer  analysis  of  the  punched  cards.  On  the  aver- 
age, during  each  hour  there  were  17  measurements  for 
the  Hewlett-Packard  5060A  vs.  NBS  III,  25  measure- 
ments for  the  Hewlett-Packard  5060A  vs.  Varian  H-10 
#4,  and  44  measurements  for  the  H-10  #4  vs.  NBS  III. 

At  the  beginning  of  the  run  a  slow  drift  was  observed 
in  the  H-10  #4  vs.  NBS  III  data,  due  to  the  stabilizing 
of  the  maser  cavity  temperature  control  system,  since 
a  few  hours  prior  to  the  beginning  of  this  record  both 
masers  had  been  moved  from  a  room  having  tempera- 
ture of  about  90°F  to  a  room  with  ambient  temperature 
of  about  70°F.  At  1500  hours  September  14  local  time 
the  maser  cavities  were  tuned  and  data  taking  was  be- 
gun. At  2200  hours  the  same  day  the  masers  were 
checked  and  the  cavity  of  H-10  #4  was  found  to  have 
drifted  high  in  frequency;  it  was  retuned,  the  correction 
being  21X10-13  in  A///. 

The  tuning  was  checked  at  intervals  during  the  run  by 
observing  the  change  in  the  beat  frequency  of  H-10  #4 
vs.  H-10  #3  induced  by  a  change  in  beam  flux  in  H-10  #4. 
No  interruption  of  the  data  resulted  from  this  pro- 
cedure; the  offset  introduced  temporarily  as  a  result  of 
this  process  is  of  the  order  of  a  few  parts  in  10+13  in 
A///  and  is  negligible.  This  tuning  procedure  is  de- 
scribed in  Section  II. E  and  Section  III. A. 

There  is  evidence  that  the  temperature  control  had 
not  completely  stabilized  before  the  retuning  at  2200 
hours  September  14.  At  1500  hours  September  15  it  was 
found  that  H-10  #4  was  4.0  XIO"13  high,  at  0200  on 
September  16  H-10  #4  was  3.8  XlO"13  high,  and  at  1800 
September  16  it  was  found  to  be  1.2  X  10-13  high.  During 
this  run  the  instruments  were  not  adjusted  in  any  way 
except  for  the  change  in  tuning  of  H-10  #4  at  2200  Sep- 
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tember  14,  noted  above.  In  the  H-10  #4  vs.  NBS  III 
plot  given  in  Fig.  2,  the  open  circles  represent  the  fre- 
quency offset  observed  under  the  conditions  of  tuning 
given  above.  The  solid  black  points  represent  the  fre- 
quency offset  which  would  have  been  observed  if  H-10 
#4  had  been  properly  tuned. 

Further  data  were  taken  for  50  days  between  Varian 
H-10  #4  and  NBS  III.  The  fractional  differences  of  the 
synthesized  frequencies,  nominally  at  5  MHz,  are  shown 
plotted  against  measurement  number  and  date  of  mea- 
surement in  Fig.  3.  Further  data  between  the  hp  5060A 
and  NBS  III  were  taken  for  twelve  days  and  are  shown 
in  Fig.  4.  The  hourly  averages  made  during  these  two 
runs  are  shown  as  points  with  vertical  flags  indicating 
the  estimated  la  error  of  the  averages  that  typically 
ranges  from  1  to  3X10-13  in  the  case  of  the  NBS  III 
vs.  H-10  #4  and  from  5  to  9X10-13  in  the  case  of  com- 
parisons involving  the  Hewlett-Packard  instrument. 

In  addition  to  the  49  hour  and  50  day  runs  just  de- 
scribed, two  more  runs  were  made  between  H-10  #4  and 
NBS  III  using  the  5  MHz  comparison  system.  An  11 
hour  run  was  made  on  September  17  and  a  52  hour  run 
was  made  on  September  23  through  25.  The  fractional 
frequency  offsets  are  plotted  against  running  time  in 
Fig.  5.  The  data  have  been  corrected  for  H  maser  cavity 
pulling  and  for  magnetic  field,  cavity  phase,  power,  and 
second-order  Doppler  shifts  of  NBS  III.  These  correc- 
tions are  discussed  in  Section  III. 

The  circumstances  of  the  11  hour  run  were  such  that 
the  noise  level  on  the  signals  was  very  much  lower  than 
for  the  three  other  runs.  This  could  be  due  to  the  fact 
that  the  runs  were  made  during  a  quiet  period  on  a 
Friday  evening.  As  seen  in  Fig.  5,  the  11  hour  run  data, 
taken  in  hourly  groups  of  approximately  44  measure- 
ments, have  a  standard  deviation  for  each  group  of 
about  1X10~13  in  A///,  as  compared  to  about  3  to 
5X10-13  for  the  data  of  the  52  hour  run.  The  11  hour 
run  was  used  for  statistical  analysis  of  a  as  a  function  of 
sampling  time  r  in  order  to  determine  the  frequency  de- 
pendence of  the  spectral  density  of  the  relative  instabil- 
ities of  the  signals.  The  analysis  was  performed  using 
the  method  of  Allan  [4],  which  is  outlined  in  the  Ap- 
pendix. A  plot  of  <t(t),  the  root  mean  square  fractional 
relative  frequency  deviation  for  sampling  time  r,  vs. 
the  sampling  time,  is  given  in  Fig.  6. 

Similar  runs  were  performed  using  the  Hewlett- 
Packard  5060A  and  the  Varian  H-10  #4  instrument.  The 
ex  vs.  r  plots,  given  in  Figs.  7  and  8  for  two  separate 
runs,  show  that  the  data  are  reproducible  and  follow 
closely  tne  r~1/2  law  described  in  Section  II. B. 

B.  White  Frequency  Noise  of  Cesium  Beam  Standards: 
Short  Term  Frequency  Stability 

A  comparison  of  the  a  vs.  r  plot  for  the  NBS  III 
instrument  in  Fig.  6,  and  that  for  the  Hewlett-Packard 
5060A  instrument  given  in  Figs.  7  and  8,  indicates  that 
the  ratio  of  aHP  to  uNBS  is  about  5  to  1.  This  can  be 
compared  with  the  ratio  predicted  [5]  from  measured 
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values  of  1)  the  resonance  linewidth,  and  2)  the  signal- 
to-noise  ratio  at  the  output  of  the  beam  detector  per- 
amplifier  (Fig.  9). 

In  notation  consistent  with  the  present  paper,  <r(r) 
is  taken  as  the  fractional  rms  frequency  deviation  for  a 
sample  time  interval  r,  and 

*(t)  =  0.387  -j-  -  T-u*,  (1) 

where 

A/i  is  the  width  of  the  atomic  resonance, 
fo  is  the  center  frequency  of  the  atomic  resonance, 
/„  is  the  rms  noise  current  from  the  detector  pre- 
amplifier in  a  1  Hz  bandwidth  centered  at  the 
modulation  frequency,  and 
Im  is  the  peak  signal  current  from  the  preamplifier. 

In  the  case  of  the  Hewlett-Packard  instrument 

A/2  =  550  Hz, 
7„//m  =  1.92X10-3,  and 
<j(t)  =4.45Xl0-nr-1/2. 

For  the  NBS  III  instrument 

A/,  =  45  Hz, 
In/Im=  1.95  X10"3,  and 
o-(t)=  3.7  XlO-^r-1'2. 

The  calculated  ratio  <rHP/oNBS  is  12  to  1  and  should 
be  compared  with  the  measured  ratio  of  5  to  1.  This 
discrepancy  is  largely  due  to  the  fact  that  in  NBS  III 
the  frequency  of  the  modulation  is  a  large  fraction  of  the 
resonance  linewidth  and  results  in  a  loss  of  recovered 
signal  at  the  detector  as  compared  to  that  obtained  with 
slower  modulation.  The  discrepancy  in  the  ratio  also 
may  be  due  to  the  fact  that  only  the  noise  contributions 
from  the  beam  and  the  preamplifier  are  included  in  the 
calculation.  The  frequency  lock  system  noise  is  not  in- 
cluded, nor  is  the  noise  in  the  frequency  comparison 
equipment.  Over  the  complete  range  of  time  intervals, 
two  minutes  to  four  hours,  of  Figs.  6,  7,  and  8,  the  data 
for  both  instruments  show  no  evidence  of  systematic 
variations. 

C.  NBS  III  vs.  Hewlett-Packard  5060 A:  Long  Term 
Frequency  Stability  and  Average  Frequencies 

The  12  day  run  (Fig.  4)  was  used  to  compare  the 
average  frequencies  of  the  hp  5060A  and  NBS  III 
cesium  beam  standards.  To  compare  the  standards  in 
a  way  so  as  to  yield  the  best  average  frequency  relation, 
it  is  necessary  to  include  corrections  discussed  in  Section 
III.B.  In  Fig.  4  the  data  are  shown  plotted  in  the  cor- 
rected form  and  the  date  of  the  measurement  is  indi- 
cated below  the  axis  designated  as  "measurement  num- 
ber." The  Hewlett-Packard  instrument  was  operated  at 
a  design  frequency  offset  of  —150.00  parts  in  1010  from 
the  9  192  631  770.0000  Hz  frequency  defined  as  the 
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Fig.  1.    NBS  5  MHz  comparison  system. 
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Fig.  2.  Simultaneous  measurements  of  frequency  stability  among 
NBS  III,  Varian  H-10  #4,  and  Hewlett-Packard  5060A;  49  hour 
comparison. 


I    0  120 
|    0  110 
7    0  100 
0  090  - 


VARIAN    MASER  ft  4    vs  NBS  TJI  50  DAY  COMPARISON 


DATA  CORRECTED    EOR  MAGNET. C  F.E..O.  LA,,Tr   PmASE.  POWER 
AND  SECOND  ORDER   OOPPlER    SmFTS    OF  NDSDI  AND  FOR 
M  MASER  CAVITY  TUNING. 


52        56  60 


Fig.  3.    50  day  plot  of  data  between  Varian  H-10  #4  and  NBS  III. 
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Fig.  4.    12  day  plot  of  frequency  offset  between  Hewlett-Packard 
S060A  and  NBS  III. 
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Fig.  6.  Standard  deviation  of  fractional  frequency  fluctuations  as 
a  function  of  sampling  time,  NBS  III  vs.  Varian  H-10  #4;  11 
hour  run. 


frequency  of  the  Cs133  hyperfine  transition  under  ideal 
conditions  of  zero  magnetic  field,  infinitesimal  radiation 
field  intensity,  zero  second  order  Doppler  shift,  and 
zero  phase  error  between  the  cavities. 

There  were  102  measurements  of  length  (r)  of  one 
hour,  and  the  dead  time  between  measurements  (T  —  t) 
ranged  from  a  few  seconds  to  greater  than  a  day.  A 
<t(t)  vs.  t  plot  of  these  measurements  is  in  good  agree- 
ment with  the  data  of  Figs.  7  and  8,  with  an  indication 
of  a  flicker  of  frequency  level  [8],  [4],  [5]  of  2  to  3  parts 


in  1013.  The  flicker  of  frequency  level  for  NBS  III  is 
known  to  be  less  than  1  part  in  1013  for  adjacent  samples 
(N  =  2).  The  overall  average  of  the  102  measurements 
was  —149.989  parts  in  1010  with  a  standard  deviation 
a  of  a  measurement  of  1.5  parts  in  1012.  It  is  worth 
noting  that  the  hp  5060A  was  calibrated  in  an  inter- 
nally consistent  manner  by  adjusting  the  magnetic  field 
to  a  predetermined  level  found  by  monitoring  the  field 
dependent  hyperfine  transitions  at  frequencies  above 
and  below  the  frequency  of  the  (F  =  4,  m/?  =  0)<->(/?  =  3, 
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Fig.  7.  Standard  deviation  of  fractional  frequency  fluctuations  as  a 
function  of  sampling  time,  Hewlett-Packard  S060A  vs.  Varian 
H-10  #4;  19  hour  run. 
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Fig.  8.  Standard  deviation  of  fractional  frequency  fluctuations  as 
a  function  of  sampling  time,  Hewlett-Packard  5060A  vs.  Varian 
H-10  #4;  32  hour  run. 


D.  H  Maser  vs.  H  Maser:  Short  Term 
Frequency  Stability 

Measurements  of  short  term  relative  frequency  sta- 
bility between  masers  were  made  using  the  system 
shown  in  Fig.  10.  In  this  system  a  5  MHz  crystal  oscil- 
lator is  phase  locked  to  Maser  A  and  serves  as  a  driver 
for  a  1400  MHz  multiplier  serving  as  local  oscillator 
for  Maser  B.  The  intermediate  frequency  signal  /  at 
20.405  MHz  is  then  compared  with  an  offset  signal 
from  a  digital  synthesizer  operating  at  /2.  The  beat  fre- 
quency/2—/ can  be  adjusted  and  allowed  beat  period 
measurements  to  be  made  over  a  range  determined  both 
by  the  beat  rate  fi—f  and  by  the  number  of  periods 
chosen  to  represent  the  interval.  As  an  example,  if 
f%—f=  1  Hz,  one  can  obtain  1  second  averages  by  single- 
beat  period  measurements,  10  second  averages  by  10- 
beat  period  measurements,  etc. 

This  method  was  used  for  runs  of  data  typically  in- 
volving several  hundred  measurements  over  a  total 
time  interval  of  one  hour.  An  important  parameter  for 
each  of  these  runs  is  the  setting  of  the  low  pass  filter 
which  determines  the  amount  of  noise  sideband  power 
that  accompanies  the  signal  at  the  beat  frequency.  The 
behavior  of  the  output  fluctuations  is  a  strong  function 
of  the  filter  setting  for  cases  where  additive  white  phase 
noise  is  present  with  the  signal.  The  effect  of  this  noise 
for  fixed  bandwidth  B  is  given  [5]  by 
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Fig.  9.    Frequency  lock  system  of  NBS  III  cesium  beam. 


fflf  =  0)  transition.  The  NBS  III  instrument  was  oper- 
ated in  the  manner  described  in  reference  [6].  A 
schematic  of  the  NBS  III  frequency  lock  system  is 
shown  in  Fig.  9.  The  discrepancy  between  the  hp  5060A 
and  NBS  III  is  1.1  X10-12,  with  the  former  being  higher 
in  frequency.  The  accuracy  claimed  for  the  lip  5060A 
by  the  manufacturer  is  ±2X10-11. 
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where  FkT/P  is  the  ratio  of  the  additive  noise  power 
spectral  density  to  the  carrier  power,  and  /  is  the  fre- 
quency of  the  carrier.  Low  pass  filtering  of  the  beat 
signal  has  approximately  the  same  effect  on  white  phase 
noise  as  does  band  pass  filtering  of  both  carriers. 

Under  these  conditions,  one  expects  a  to  vary  as  1/r 
if  the  bandwidth  is  kept  fixed.  The  presence  of  other 
spectral  types  of  frequency  fluctuation  can  be  deter- 
mined from  the  dependence  of  a  on  observation  time 
with  different  bandwidths  or  by  relating  the  bandwidth 
to  the  reciprocal  of  the  observation  time  and  plotting 
the  data  in  terms  of  Br  [7]. 

Data  were  taken  by  printing  the  period  for  a  fixed 
number  of  beats  and  later  transferring  the  data  to  card 
form  for  processing  by  a  computer.  In  general,  the  num- 
ber of  samples  was  chosen  to  be  some  integral  power  of 
two  for  compatibility  with  the  method  used  by  Allan 
[4]  and  described  in  the  Appendix.  Plots  of  cr(r)  vs. 
sample  time  r  are  given  in  Fig.  11  for  two  different 
bandwidths  of  the  RC  low  pass  filter.  It  is  observed  that 
the  data  are  bandwidth  dependent  and  are  very  much 
above  the  level  predicted  by  the  effect  of  known  addi- 
tive white  noise  of  the  microwave  mixer.  For  the  condi- 
tions F=10,  £r  =  4XlO-21  Joules,  P«5X10~13  watts, 
and  a  2  Hz  bandwidth  low  pass  filter  at  the  beat  fre- 
quency, the  value  of  u  given  by  the  above  equation  for 
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white  phase  noise  is 

<r  «  6  X  lO-'V-1. 


It  is  clear  from  Fig.  11  that  the  measured  instability  is 
not  due  to  the  effect  of  added  white  noise  of  the  micro- 
wave mixer.  The  tau  dependence  of  <j(t)  in  Fig.  11  is  as 
r~1/2  from  2  seconds  to  120  seconds  (i.e.  white  frequency 
noise)  and  is  not  the  r_1  dependence  (i.e.  white  phase 
noise)  described  in  (2).  In  addition,  the  a  values  in 
Fig.  11  are  greater  than  the  values  expected  due  to 
additive  white  noise.  Other  sources  must  be  found  to 
account  for  the  instabilities  observed.  These  may  in- 
volve the  frequency  synthesis  systems  or  interference 
pickup  in  the  measurement  system.  Further  study  of 
the  instabilities  due  to  these  components  is  in  progress. 

Figure  12  is  a  plot  of  relative  fractional  frequency  vs. 
running  time,  as  obtained  from  printed  period  data  ob- 
tained from  the  system  of  Fig.  10.  A  constant  frequency 
offset  has  been  subtracted  to  emphasize  the  nature  of  the 
frequency  fluctuations.  It  is  seen  that  there  is  a  reason- 
ably regular  frequency  modulation  with  a  peak-to-peak 
fractional  frequency  excursion  of  about  8X10-14  and 
having  a  modulation  period  of  approximately  one  half- 
hour.  The  explanation  of  this  modulation  is  still  not 
available.  However,  there  are  several  possible  explana- 
tions including  a  cycling  temperature-servo  affecting  the 
tuning  of  the  maser  cavity. 

The  presence  of  this  periodic  frequency  modulation 
will  have  a  distinct  effect  upon  a  <j{t)  vs.  t  plot  of  the 
experimental  data.  If  the  chosen  time  interval  r  is  equal 
to  one  half  of  the  period  of  the  frequency  modulation, 
then  the  value  of  <t(t)  will  be  a  local  maximum.  If  the 
chosen  time  interval  is  equal  to  one  period,  then  the 
value  of  <r(r)  will  be  a  local  minimum.  The  same  data 
as  were  presented  in  Fig.  12  are  given  in  Fig.  13  in  the 
form  of  a  vs.  j  plot.  A  local  maximum  value  of  c(r) 
is  observed  at  t~800  seconds,  and  a  local  minimum 
value  is  observed  at  r  —  1800  seconds.  This  behavior  of 
o-(t)  is  due  to  the  periodic  frequency  modulation  evident 
in  Fig.  12. 

In  general,  the  data  beyond  r~2000  seconds  exhibit 
a  flicker  of  frequency  level  [8],  [4],  [5]  of  about  one 
part  in  1014.  This  leveling-off  of  o(j)  for  r>2000  sec- 
onds is  not  due  to  the  periodic  frequency  modulation 
shown  in  Fig.  12.  Data  beyond  2.5  X104  seconds  have  a 
very  large  uncertainty  indicated  by  the  arrows. 

An  additional  method  of  obtaining  data  was  used  in 
order  to  avoid  the  effects  of  having  in  the  measuring 
loop  the  quartz  crystal  oscillator,  the  two  multiplier 
chains,  and  the  two  digital  synthesizers  which  were 
shown  in  Fig.  10.  A  technique  is  described  in  Fig.  14 
where  both  maser  signals  are  separately  converted  to 
20.405  MHz  using  a  common  local  oscillator  signal 
which  is  fed  through  60  dB  isolators  to  two  separate 
mixers.  Each  maser  signal  is  fed  through  a  total  of  120 
dB  of  isolation  using  four  30  dB  ferrite  circulators 
optimized  to  operate  at  1420  MHz  and  connected  in 
series.  The  data  are  taken  by  obtaining  the  beat  frc- 
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Fig.  10.    Phase  lock  system  for  frequency  comparison  of  H  masers. 
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Fig.  11.  Standard  deviation  of  fractional  frequency  fluctuations 
between  H  masers  as  a  function  of  sampling  time  and  bandwidth, 
from  automatically  printed  data. 
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ig.  12.  Plot  of  relative  fractional  frequency  fluctuations  as  a  func- 
tion of  running  time,  Varian  H-10  #4  vs.  H-10  #3.  A  constant 
frequency  offset  has  been  subtracted  to  emphasize  the  nature  of 
the  frequency  fluctuations. 
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Fig.  13.  Standard  deviation  of  fractional  frequency  fluctuations 
between  H  masers  as  a  function  of  sampling  time,  from  auto- 
matically printed  data. 
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Fig.  14.    An  alternate  system  for  comparison  of  H  masers  which 
avoids  the  use  of  phase  lock  electronics. 


H-I0#4  vs  H-I0W3   DATA  FROM  STRIP  CHARTS 


Fig.  15.  Standard  deviation  of  fractional  frequency  fluctuations 
between  H  masers  as  a  function  of  sampling  time,  from  strip  chart 
data.  The  solid  black  points  were  obtained  by  the  method  of  Fig. 
14.  All  other  points  were  obtained  by  the  method  of  Fig.  10. 

quency  between  the  two  20.405  MHz  intermediate  fre- 
quency signals  in  a  mixer  and  tracing  the  low-frequency 
beat  directly  on  a  strip  chart  recorder. 

In  Fig.  15  are  a  vs.  t  plots  of  chart  data  from  one  run 
(solid  black  points)  using  the  method  of  Fig.  14  and  of 
chart  data  from  two  runs  (triangles  and  circles)  using 
the  method  of  Fig.  10.  Analysis  of  the  period  data  taken 
from  charts  was  performed  in  the  same  manner  as  for 
the  automatically  printed  data  by  using  cards  which 
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Fig.  16.  (a)  Fractional  frequency  difference  of  H  masers  as  a  func- 
tion of  time,  corrected  for  cavity  tuning  effects  in  both  masers. 
(b)  Uncorrected  fractional  frequency  difference  of  H  masers  as  a 
function  of  time,  (c)  Cavity  tuning  effects  in  H-10  #4  as  a  function 
of  time. 

were  manually  punched  using  the  same  format  as  for 
the  previously  mentioned  runs.  By  comparing  Figs.  13 
and  15,  it  is  seen  that  the  data  taken  with  the  method  of 
Fig.  10  show  the  same  general  level  of  instability, 
whether  from  strip  chart  recordings  or  from  automati- 
cally printed  period  measurements.  In  addition,  it  is 
seen  that  the  data  taken  by  the  method  of  Fig.  14  show 
the  same  general  level  of  instability  as  shown  by  the 
data  taken  by  the  method  of  Fig.  10.  In  Fig.  15  the 
white  phase  noise  behavior  evident  between  102  and  10? 
seconds  is  due  to  random  error  in  the  estimation  of  phase 
from  the  strip  chart  recordings. 

E.  H  Maser  vs.  H  Maser:  Long-Term 
Frequency  Stability 

Comparisons  were  made  between  the  H  masers  for  a 
period  of  five  and  one-half  weeks.  The  masers  were 
checked  for  cavity  mistuning  by  varying  the  atomic 
hydrogen  beam  flux  and  monitoring  the  beat  between 
the  two  masers.  As  the  concentration  of  atomic  hydro- 
gen in  the  storage  bulb  is  increased,  the  atomic  reso- 
nance linewidth  is  broadened  due  to  spin-spin  exchange 
collisions  between  pairs  of  atoms  in  the  maser  storage 
bulb,  and  the  magnitude  of  the  cavity  pulling,  if  any, 
is  increased.  When  the  cavity  frequency  is  such  that  a 
variation  in  beam  flux  does  not  affect  the  output  fre- 
quency, the  maser  is  considered  to  be  properly  tuned. 
The  tuning  process  is  more  fully  described  in  Section 
III. A  and  in  references  [9 ]—  [l  1  ] . 

Figure  16(b)  shows,  as  a  function  of  time,  the  hypo- 
thetical fractional  beat  frequency  which  would  have 
been  observed  between  the  two  masers  if  neither  maser 
had  been  retuned  during  the  run.  The  rms  fractional  fre- 
quency variation  is  4.0  X10~13.  Figure  16(a)  shows  the 
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corrected  beat  frequency  which  would  have  been  mea- 
sured had  both  masers  been  tuned.  Here  the  rms  varia- 
tion is  2.6  X10-13,  and  the  variations  are  due  to  unex- 
plained processes  which  probably  involve  cavity  pulling 
(see  Section  1 1 1.  A). 

Figure  16(c)  shows  a  plot  of  the  cavity  pulling  effect 
on  H-10  #4.  This  was  obtained  by  determining  the  fre- 
quency correction,  using  the  tuning  method  described 
above,  and  plotting  the  correction  in  the  output  fre- 
quency as  a  function  of  time.  There  is  evidence  of  a  slow 
drift  in  the  cavity  tuning  resulting  in  an  output  fre- 
quency drift  of  7  X  10~13  in  50  days.  This  is  probably  due 
to  a  slow  temperature  variation,  possibly  due  to  a 
thermistor  that  had  not  been  previously  stabilized  by 
aging  in  a  temperature  bath. 

For  these  measurements  there  was  an  applied  mag- 
netic field  offset  in  H-10  #3  of  37X10-13.  The  average 
frequency  of  H-10  #3  was  found  to  be  7  +  2  parts  in 
1013  higher  than  the  frequency  of  H-10  #4,  after  correc- 
tions for  all  known  effects  had  been  made.  This  dis- 
crepancy has  since  been  reduced  to  less  than  +  2  parts 
in  1013  by  renewal  of  the  wall  coating  in  the  storage  bulb 
of  H-10  #3. 

III.  Accuracy  of  the  Frequency  Standards 

A.  Error  Budget  for  Varian  H-10  §4  Hydrogen  Maser 

Corrections  are  necessary  to  relate  the  output  fre- 
quency of  the  hydrogen  maser  to  the  frequency  of  the 
hyperfine  separation  of  the  hydrogen  atom  under  the 
least  perturbed  conditions.  These  conditions  are  [12] 

1)  zero  collision  rate, 

2)  zero  absolute  temperature, 

3)  zero  magnetic  field,  and 

4)  zero  cavity  mistiming  effect. 

The  effects  from  collisions  are  twofold,  as  there  are 
collisions  among  the  atoms  as  well  as  collisions  with  the 
walls  of  the  storage  bulb.  In  the  latter  case,  while  there 
is  some  question  as  to  the  actual  mechanism  of  the  fre- 
quency perturbation  due  to  the  wall  collisions  and  also 
uncertainty  as  to  the  exact  nature  of  the  surface,  it  has 
been  found  that  the  Teflon1  surfaces  currently  in  use 
yield  reproducible  effects  on  the  frequency  of  a  maser. 
The  wall  shift  is  assumed  to  be  proportional  to  the  wall 
collision  rate.  By  varying  the  wall  collision  rate  through 
the  use  of  different  bulb  dimensions,  the  value  of  the 
shift  can  be  determined  by  extrapolation  of  the  data  to 
infinite  bulb  dimensions  [12].  In  the  course  of  such 
measurements,  a  temperature  dependence  of  the  wall 
shift  has  been  found.  Recent  measurements  made  by 
Varian  Associates  [3]  indicate  that  for  a  5§  inch  (14  cm) 
diameter  spherical  bulb,  in  the  temperature  range  27  to 
45°C,  the  shift  is  +  2X10~4  Hz  per  degree  with  an  un- 
certainty of  about  25  percent  in  the  measurement.  A 
semi-empirical  relation  to  give  the  wall  shift  in  the  re- 
gion of  about  40°C  can  be  written  as 


Sfa  =  K[\  +  a(t  -  40)]  ~,  (3) 

where  D  is  the  inside  diameter  of  the  bulb  and  t  is  the 
temperature  of  the  bulb  in  degrees  Celsius.  The  value  of 
K  determined  by  Varian  Associates  [13]  from  wall  shift 
measurements  at  various  temperatures  is  —0.208 
±0.002  Hz  inch  (-0.528  +  0.005  Hz  cm),  and  the  value 
of  a  is  —  5X10-3  per  degree.  The  wall  shift  of  the  6.87 
inch  (17.46  cm)  diameter  bulb  of  H-10  #4  is  calculated 
using  the  above  relation  to  be 

tf«(6.87  inch,  45°C)  =  -  0.0295  ±  0.0006  Hz. 

The  effect  of  collisions  of  pairs  of  hydrogen  atoms  has 
been  studied  by  Bender  [14],  Crampton  [15],  Vanier 
[ll],  and  others.  A  small  frequency  shift  of  about  \  the 
spin  exchange  linevvidth  has  been  calculated  for  atomic 
hydrogen  [14].  However,  in  the  case  of  the  atomic 
hydrogen  maser,  the  collision-induced  spin-spin  ex- 
change frequency  shift  depends  upon  the  atomic  reso- 
nance width  in  the  same  fashion  as  does  the  cavity  pull- 
ing [16];  the  tuning  procedure  involving  the  variation 
of  the  linewidth  includes  and  cancels  the  effect  of  these 
collision  shifts.  The  pertinent  relation  is  [lO]2 

,    ,     r/f.-fn\  mV2ma0*\i 


where 

/ 

is 

the  output  frequency  of  the  maser, 

fa 

is 

the  output  frequency  of  the  maser  when  tuned, 

is 

the  linewidth  of  the  atomic  resonance, 

fc 

is 

the  cavity  resonance  frequency, 

Q 

is 

the  loaded  cavity  resonance  quality  factor, 

V 

is 

the  mean  speed  of  the  H  atoms  in  the  storage 

bulb, 

% 

is 

Planck's  constant  divided  by  2x, 

do 

is 

the  first  Bohr  orbit  radius  of  hydrogen, 

Mo 

is 

the  Bohr  magneton,  and 

v' 

is 

where 

Vc  is  the  cavity  volume, 
Vb  is  the  bulb  volume, 

Hz  is  the  s  component  of  the  RF  magnetic  field  in 

the  cavity,  and 
H  is  the  RF  magnetic  field  in  the  cavity. 

When  the  expression  in  the  brackets  is  made  zero  (which 
is  the  "tuned"  condition),  the  output  frequency  is 
independent  of  hydrogen  pressure  and  is  equal  to///. 

Second-order  Doppler  effect  in  the  hydrogen  maser 
due  to  thermal  motion  of  the  atoms  is  given  by 

2  The  second  term  of  (4)  as  written  in  reference  [10]  contains  an 
of  a  factor  of  2. 


'  Du  Font's  polytetrafltioroethylene.  error 
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AfT  =  —  fn 


3kT 
2mc2 


=  -  1.9557  X  10"4r, 


(5) 


/here 


k   is  Boltzmann's  constant, 

m  is  the  mass  of  the  hydrogen  atom,  and 

c    is  the  speed  of  light. 

A  change  in  the  absolute  temperature  T  of  one  degree 
K  will  give  rise  to  a  change  in  frequency  of  1.38  parts 
in  1013.  Since  the  bulb  temperature  is  known  to  better 
than  +  0.4°K,  the  probable  error  due  to  this  cause  is 
of  the  order  of  5  parts  in  1014. 

The  value  of  the  average  of  the  square  of  the  magnetic 
field  H  over  the  volume  of  the  bulb  affects  the  frequency 
of  the  oscillation  in  the  amount  A/m~2750  H2.  It  is 
possible  to  measure  the  average  value  of  the  magnetic 
field  H  in  the  bulb  by  inducing  transitions  among  the 
F=l,  ntF  =  l,  0,  —1  states.  The  resonance  is  detected 
by  observing  a  quenching  or  reduction  in  the  maser 
output  power.  The  transition  resonant  frequency  (Zee- 
man  frequency)  is  given  by  /Z~1.4X10~6  H  and  is 
normally  measured  with  an  uncertainty  of  a  few  Hertz. 
The  uncertainty  AH  in  H  gives  an  uncertainty  in  AfM 
through  the  relation 

A(A/M)  ~  5500#A#. 

Normally  the  maser  is  operated  at  a  field  of  0.5  milli- 
oersted  making  the  total  offset 


A/a 
/ 


=  +  4.8  X  10-13. 


Assuming  a  10  Hz  uncertainty  in  /„  corresponding  to  7 
micro-oersteds,  the  uncertainty  in  Af/f  due  to  magnetic 
effects  is 


A(A/M) 
/ 


±  1.3  X  10-14. 


It  will  be  noticed  that  there  are  two  averaging  meth- 
ods involved  in  dealing  with  the  magnetic  field  and  that 
since  H2  is  always  greater  than  or  equal  to  (H)2  there 
could  be  room  for  error  in  the  determination  of  AfM- 
In  this  case,  however,  the  possible  error  is  not  large 
since  the  effect  of  magnetic  gradients  would  be  detected 
by  a  large  effect  on  the  level  of  oscillation.  An  upper 
limit  to  the  uncertainty  due  to  these  causes  is  estimated 
to  be  of  the  order  of  5  X  10~14. 

The  effect  of  cavity  mistuning  and  the  consequent 
"pulling"  of  the  maser  output  frequency  has  already 
been  discussed  and  the  "tuned"  condition  has  been  de- 
scribed as  the  particular  cavity  resonance  frequency 
chosen  so  that  no  output  frequency  shift  results  on 
changing  the  resonance  linewidth.  The  sensitivity  of  this 
procedure  depends  in  large  part  on  the  stability  of  the 
maser  during  the  tuning  process,  the  linewidth  of  the 
atomic  resonance  Aft,  and  the  extent  to  which  Aft  can 
be  broadened.  There  are  several  methods  for  broadening 
the  line,  such  as  by  magnetic  gradient  quenching  [17], 
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by  coherently  or  incoherently  inducing  transitions 
among  the  Zeeman  levels  [l 8],  or  by  spin  exchange  line 
broadening.  The  last  method,  which  has  been  used  for 
some  time,  offers  the  greatest  possible  differential 
broadening  of  the  line.  If  one  assumes  that  the  stability 
of  the  maser  and  its  reference  can  be  expressed  by  a 
maximum  excursion  ±Afb  about  the  beat  frequency, 
then  the  limits  ±Af/f  within  which  the  maser  can  be 
tuned  will  be  given  by 


A/  _  Afb 


1 


4/V 


(6) 


Normally,  the  ratio  AfiJAfi  lies  between  1.5  and  2.0; 
taking  this  value  as  1.5  and  putting  Afb/f  =  5  X  10~14, 
then  A///  =  2X10-13  is  the  maximum  tuning  error. 

The  error  budget  for  the  Varian  hydrogen  maser  H-10 
#4  is  given  in  Table  I. 

TABLE  I 

Contributions  to  Inaccuracy  for  Varian  Atomic 
Hydrogen  Maser  H-10  #4 


Source 


lo-  estimate  in 
parts  in  1012 


Uncertainty  in  wall  shift  correction  +0.42 
Uncertainty  in  temperature  for  2nd  order  Doppler 

shift  _  ±0.05 

Uncertainty  in  C-field,  Hc  +0.01 

Use  of  H*  for  H*  +0.05 

Cavity  mistuning  ±0.2 

Random  measurement  error  (1  hour)  ±0.01 


Total  lo-  estimate  of  accuracy  capability  for  Varian 

H  maser  H-10  #4  (square  root  of  sum  of  squares)  ±0.47X10" 


B.  Error  Budget  for  NBS  III  Cesium  Beam 

A  realistic  error  budget  for  the  NBS  III  cesium  beam 
standard  was  published  [l]  prior  to  the  intercomparison 
described  in  this  paper,  giving  +5.6  parts  in  1012  as  a 
3o-  estimate  of  accuracy  uncertainty.  However,  the  very 
stable  signals  available  from  the  Varian  hydrogen 
masers  and  recent  theoretical  work  by  Harrach  [19] 
enabled  a  better  determination  to  be  made  of  some  of 
the  factors  contributing  to  the  uncertainty.  Using  one 
of  the  masers  (H-10  #4)  as  an  undisturbed  reference 
frequency  source,  a  set  of  evaluative  experiments  was 
performed  on  NBS  III  to  study  effects  that  result  in 
systematic  frequency  offsets.  These  have  been  discussed 
in  detail  by  Harrach  and  will  only  be  summarized  here. 

The  experiments  consisted  of  measuring  the  radiation 
field  dependence  of  the  (F  =  4,  mp  =  0)<->(i?  =  3,  otf  =  0) 
cesium  resonance  frequency  under  varied  conditions  of 
beam  direction  through  the  apparatus,  excitation  spec- 
trum, and  magnetic  C-field  polarity  and  magnitude. 
From  the  analysis  and  interpretation  of  the  experi- 
mental results,  it  was  inferred  that  fractional  correc- 
tions of  —  2.2X10-12  for  dependence  on  radiation  field 
intensity  and  of  +0.4  X10-12  for  second  order  Doppler 
shift  should  be  applied  to  the  measured  resonance  fre- 
quencies. A  more  complicated  correction  was  necessary 
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for  beam  direction  dependence  of  the  resonance  fre- 
quency. The  beam  direction  was  reversed  four  different 
times  by  interchanging  the  oven  and  detector  com- 
ponents, with  the  intention  of  evaluating  and  eliminat- 
ing the  effect  of  a  cavity  phase  difference.  It  was  found 
that  the  process  of  beam  reversal  slightly  altered  the 
phase  difference  magnitude,  so  that  the  necessary  cor- 
rections varied  from  about  2  to  5  parts  in  1012  for  the 
different  beam  orientations,  with  an  uncertainty  of 
+  0.8  part  in  1012  for  each  determination. 

The  uncertainties  in  the  fractional  frequency  correc- 
tions plus  contributions  from  other  sources,  itemized  in 
Table  II,  produce  a  Iff  estimate  of  accuracy  capability 
of  ±  1.1  X10"12  for  NBS  III.  The  term  "accuracy  capa- 
bility" refers  to  the  accuracy  attained  when  a  set  of 
evaluative  experiments  is  performed,  as  distinct  from 
the  accuracy  of  the  standard  when  it  is  used  for  an  ex- 
tended period  of  time  in  an  undisturbed,  routine  fashion. 
The  term  accuracy  is  used  as  defined  in  reference  [l]. 

TABLE  II 

Contributions  to  Inaccuracy  for  NBS  III  Cesium 
Beam  Frequency  Standard 


\<j  estimate  in 

Source 

parts  in  1012 

Uncertainty  in  average  C-field  magnitude,  Hc  ±0.1 
Use  of  Hj  for  11}  +0.03 
Uncertainty  in  1st  and  2nd  order  Doppler  shifts  +0.1 
Distortion  from  inequality  of  average  C-field  magni- 
tudes in  transition  and  drift  regions,  H c(l)  ^ H C(L)  +0.03 
Uncertainty  in  C-field  polarity-dependent  shifts  +0.1 
Uncertainty  in  cavity  phase  difference  (beam  direc- 
tion dependent  shifts)  ±0.8 
Cavity  mistiming  ±0.03 
Overlap  of  neighboring  transitions  ±0.1 
Uncertainty  in  power-dependent  shifts  ±0.16 
Random  measurement  error  (1  hour)  ±0.16 
2nd  harmonic  distortion  of  servo  modulation  ±0.16 
Miscellaneous  servo  system  effects  ±0.5 
Multiplier  chain  transient  phase  shifts  ±0.33 

Total  lcr  estimate  of  accuracy  capability  for  NBS  III 

(square  root  of  sum  of  squares)  ±1.1  X  10~12 


A  comparison  of  the  error  budgets  for  the  Varian 
maser  (Table  I)  and  the  National  Bureau  of  Standards 
cesium  beam  NBS  III  (Table  II)  shows  that  an  appa- 
ratus-dependent effect  is  the  major  contributor  to 
inaccuracy  in  each  case.  For  the  cesium  beam,  the 
frequency  shift  due  to  cavity  phase  difference  is  uncer- 
tain to  ±0.8X10~12,  or  about  16  percent  of  its  magni- 
tude, while  for  the  maser,  the  wall  shift  is  considered 
known  to  +  0.42X10~12,  or  about  two  percent  of  its 
magnitude. 

IV.  Hydrogen-Cesium  Hyperfine 
Frequencies  Relationship 

An  average  value  of  the  hyperfine  separation  of 
hydrogen  in  terms  of  that  of  cesium  133  can  be  ob- 
tained after  suitable  corrections  are  made  for  both  the 
cesium  device  and  the  hydrogen  maser. 

A  plot  of  Af/f  vs.  measurement  number  and  date  of 
measurement  is  shown  in  Fig.  3.  These  data  include 
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corrections  made  for  magnetic  field  shift,  power  shift, 
phase  shift,  and  second  order  Doppler  shift  of  the 
cesium  frequency.  The  data  also  include  corrections  for 
the  effect  of  cavity  mistuning  in  the  hydrogen  maser  as 
determined  by  the  procedure  previously  described.  In 
order  to  relate  the  frequencies  of  the  hyperfine  separa- 
tions of  cesium  and  hydrogen  to  the  synthesized  fre- 
quencies, reference  is  made  to  the  phase  lock  system  in 
the  upper  half  of  Fig.  10.  The  varactor  controlled  5 
MHz  quartz  crystal  oscillator  is  used  to  drive  two  fre- 
quency synthesizing  systems.  The  first,  which  is  simply 
a  280  times  multiplier,  provides  about  2  milliwatts  of 
power  for  the  reference  (local  oscillator)  input  to  the 
low  noise  (less  than  10  dB  noise  figure)  mixer  where  the 
maser  signal  is  heterodyned  to  20.405  MHz.  This  signal 
is  amplified  by  about  110  dB  and  compared  in  phase 
with  the  output  from  the  second  synthesizing  system 
driven  by  the  5  MHz  oscillator.  The  latter  system  is  a 
digital  synthesizer  which  can  be  varied  in  increments  of 
0.01  Hz. 

Analysis  of  the  data  of  Fig.  3  gives  a  mean  fractional 
frequency  offset  of  0.1044X  10-10  with  a  root  mean 
square  deviation,  a,  of  7.4 X10-13  for  62  points.  This 
represents  a  frequency  offset  of  0. 1044  X  lO"10  X  1420.405 
X  106  =  0.0148  Hz.  Further  corrections  are  made  to  bring 
the  hydrogen  frequency  to  the  ideal  conditions  discussed 
in  Section  III. A.  The  fully  corrected  hydrogen  maser 
frequency  is  oblained  in  the  following  way: 


Synthesized  frequency 

Offset  frequency  from  Cs  comparisons 

Correction  for  wall  shift 

Correction  for  magnetic  field 

Correction  for  second  order  Doppler  effect 


1  420  405  751.6800  Hz 
+0.0148 
+0.0295 
-0.0001 
+0.0622 

1  420  405  751.7864  Hz 


The  la  accuracy  estimate  for  the  measurement  is  ob- 
tained by  combining  the  error  budgets  of  Tables  I  and 
II,  giving  an  over-all  accuracy  of  1.2  parts  in  1012.  In 
terms  of  the  frequency  of  the  Cs133  hyperfine  transition 
(F  =  i,  mF  =  0)^(F  =  3,  mF  =  0),  defined  [20]  as 
9  192  631  770.0000  Hz,  the  frequency  of  the  atomic 
hydrogen  hyperfine  transition  (F=l,  «f  =  0)<->(F=0, 
ntF  =  0)  is 

vH  =  1  420  405  751.7864  ±  0.0017  Hz. 

Measurements  previously  made  for  the  hydrogen 
frequency  in  terms  of  cesium  with  the  wall-shift  correc- 
tions then  used  are  given  in  Table  III.  The  last  number 
in  the  table  is  the  preliminary  value  reported  earlier 
after  a  partial  analysis  of  the  data.  The  reduction  of  the 
standard  error  from  0.0046  Hz  to  0.0017  Hz  was  made 
possible  through  improved  measurements  by  Varian 
Associates  [13],  [3]  of  the  wall  shift  and  its  tempera- 
ture dependence. 

From  the  frequency  comparison  data  in  Table  III,  it 
is  seen  that  the  frequency  of  the  NBS  III  cesium  stan- 
dard differs  from  the  frequency  of  the  Laboratoire  Suisse 
de  Recherches  Horologeres,  Neuchatel,  Switzerland 
(LSRH)  cesium  standard  by  -  7  X  10"13  +  1.2  X  lO"11. 
This  is  the  smallest  discrepancy  reported  to  date  be- 
tween these  two  national  standards  [25]. 
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TABLE  III 


Measurements  Previously  Made  for  the  Hydrogen  Frequency  in  Terms  of  Cesium 


Experiment 

Bulb  diameter,  inches 

Wall  shift  correction, 
Hz 

Second  order  Doppler 
correction,  Hz 
and  temperature 

Corrected  frequencies 
1  420  405  751.  Hz  plus 
values  given  below 

Varian-Naval  Observatory 
1963  [21] 

6  +  0.1 

0.039+0.008 

0.06 
40°C 

0.827+0.02 

Harvard-Naval  Observatory 
1963  [15] 

6.03 

0.0298  +  0.003 

0.0602 
35°C 

0.800  +  0.028 

Varian-HP 
1964  [22] 

5.5+0.1 

0.040  +  0.0023 

0.0622 
45°C 

0.778  +  0.016 

Varian-LSRH 
1964  [23] 

5.5+0.1 

0.040  +  0.0023 

0.0622 
45°C 

0.785+0.016 

NASA-GSFC 
1965  [24] 

5.4 

0.043  +  0.0023 

0.062 
45°C 

0.781+0.016 

NBS- Varian-HP 
1966  [2] 

6.87 

0.0320  +  0.0043 

0.0622 
45°C 

0.7860  +  0.0046 

V.  Discussion 

The  main  purposes  of  this  paper  have  been  to  report 
the  data  obtained  from  a  set  of  measurements,  to  offer 
some  measure  of  the  state-of-the-art  of  time  and  fre- 
quency control,  and  to  report  an  improved  measure- 
ment of  the  frequency  of  the  hydrogen  hyperfine  separa- 
tion. Since  the  arts  of  frequency  standard  design  and 
instrumentation  for  making  measurements  are  still 
progressing  rapidly,  one  can  conclude  that  these  mea- 
surements will  be  followed  by  further  and  better  mea- 
surements. 

Long  term  measurements,  yielding  average  frequen- 
cies between  standards  of  different  origin,  have  shown 
excellent  agreement  between  the  Hewlett-Packard 
5060A  instrument  and  the  NBS  III  cesium  beam  desig- 
nated as  the  United  States  Frequency  Standard.  The 
relationship  between  the  statistics  of  the  two  devices 
is  reasonably  well  understood,  and  the  discrepancy  of 
the  frequency  averages  of  the  two  instruments  is  within 
their  accuracy  specification. 

At  present,  the  resolution  of  the  measurements  is 
limited  by  random  noise  of  the  apparatus.  Thus  far,  no 
unexplained  systematic  effects  are  observed.  Future  de- 
signs of  beam  standards  with  stronger  beam  flux  and 
perhaps  narrower  linewidths  will  result  in  the  obtaining 
of  better  data  on  systematic  frequency  shifts  of  both  the 
beam  tube  and  the  frequency  lock  electronics. 

In  the  case  of  measurements  between  two  hydrogen 
masers  with  phase  lock  systems,  the  instabilities  intro- 
duced by  the  phase  lock-synthesizer  system  and  the 
measuring  system  are  not  as  well  understood.  The 
levels  of  instability  in  the  1  to  100  second  sampling 
time  range,  though  lower  than  those  observed  for  the 
cesium  devices,  cannot  be  accounted  for  by  the  presence 
of  white  additive  noise  of  the  first  mixer  in  each  receiv- 
ing system.  The  phase  fluctuations  due  to  the  frequency 
multipliers,  the  digital  synthesizers,  and  the  period 
counting  system  as  well  as  those  of  the  masers  them- 
selves must  still  be  subjected  to  further  study  in  the 
1  to  100  second  range.  While  the  present  data  will  pro- 
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vide  a  measure  of  the  possible  performance  of  such  a 
system,  there  is  no  doubt  that  this  preliminary  effort 
can  be  improved  by  more  careful  engineering. 

A  comparison  of  various  measurements  having  sam- 
pling times  ranging  from  102  to  104  seconds  is  given  in 
Fig.  17.  Here  the  data  from  the  hp  5060A,  NBS  III, 
and  H-10  #4  are  given  together.  The  value  of  a  for 
H-10  #4  is  obtained  by  dividing  the  value  of  a  from 
H-10  #4  vs.  H-10  #3  by  the  square  root  of  2.  Both 
cesium  instruments  exhibit  the  r_1/2  behavior  as  dis- 
cussed previously.  The  maser  data  show  systematic 
variations  at  the  10-14  level,  which  are  probably  due  to 
cavity  detuning  effects  that  are  largely  thermal  in 
origin.  By  incorporating  automatic  .self-tuning  methods, 
using  the  spin  exchange  line  broadening  method  de- 
scribed earlier,  it  is  possible  that  the  maser  stability 
can  be  kept  to  better  than  5X10-14  for  sampling  times 
greater  than  104  seconds. 

The  accuracy  of  the  hydrogen-cesium  ratio  is  limited 
by  the  characteristics  of  the  devices  used  to  extract  the 
information  from  the  two  respective  atoms.  The  maser, 
in  confining  the  atoms  in  a  bulb,  subjects  them  to  wall 
interactions.  These  must  be  measured  as  a  function  of 
reciprocal  bulb  diameter  1/D  and  extrapolated  to  zero 
in  1/D.  In  the  case  of  the  beam  devices,  the  frequency 
resolution  increases  with  increase  of  beam  flux  and 
inverse  linewidth.  Flux  effects  favor  the  construction  of 
a  short  apparatus,  and  linewidth  effects  favor  the  con- 
struction of  a  long  apparatus.  It  is  important  to  control 
the  intensity,  spectral  purity,  and  phase  of  the  radio 
frequency  excitation  applied  to  the  beam. 

Further  work  in  beam  devices  and  masers  will  un- 
doubtedly improve  the  accuracy  of  the  hydrogen- 
cesium  frequency  ratio.  The  state-of-the-art  has  under- 
gone considerable  improvements,  and  the  absolute  ac- 
curacy of  these  devices  is  now  at  the  10~12  level,  being 
1.1  parts  in  1012  for  a  cesium  beam  and  0.47  part  in  1012 
for  a  hydrogen  maser.  Frequency  and  time  measure- 
ments using  atomic  standards  are  now,  more  than  ever, 
the  most  accurate  and  precise  physical  measurements 
which  can  be  made. 
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Fig.  17.    Summary  of  frequency  stability  data  as  a  function  of 
sampling  time  t. 

Appendix 

The  variance  a2  of  the  frequency  fluctuations  of  a 
frequency  standard  is  a  useful  parameter  in  determining 
quality  factors  for  the  unit.  When  finite  data  sampling 
is  considered,  this  parameter  is  dependent  on  four  in- 
dependent variables  of  the  analysis,  i.e.,  the  sample  time 
r,  the  period  of  sampling  T,  the  number  of  samples 
taken  N,  and  the  system  bandwidth  wB. 

For  the  experiments  reported  in  this  paper,  T/t  and 
wis  were  constant  for  any  given  experiment,  but  they 
were  not  necessarily  the  same  from  one  experiment  to 
the  next.  For  all  a  versus  t  plots  where  T/t  was  a  sig- 
nificant parameter,  it  was  approximately  equal  to  unity. 
N  was  always  chosen  equal  to  2  and  an  ensemble  aver- 
age taken  to  determine  a  good  statistical  measure  of  the 
variance.  The  confidence  limits  are  calculated  on  the 
assumption  that  each  particular  computed  variance  is 
uncorrected  with  any  other.  A  computer  program  based 
on  the  above  method  was  used  to  analyze  the  data  ob- 
tained in  these  measurements. 

The  variance  is  a  function  of  the  spectral  density  of 
the  phase  fluctuations  of  the  system.  By  proper  control 
of  the  above  four  analysis  variables,  it  is  possible  to 
determine  the  frequency  dependence  of  the  spectral 
density  of  the  phase  fluctuations  S<t,(w),  as  follows.  If 
(<j2(t,  T,  N,  WB))=kT»,  with  k  and  fx  constant  over  a 
sufficiently  large  range  of  t,  with  —  2<ju<+2,  then 

5«(w)  =  h  |  w  |a,  (7) 

where  «=— jit  — 3,  provided  that  N,  T/t,  and  wb  are 
kept  constant  and  thatr»l/a;B.  If  /x=  — 2,  a  degeneracy 
of  a  occurs,  and  one  may  then  use  the  dependence  of  the 
variance  on  the  bandwidth, 


(«72(r,  T,  N,  coB)>  =  —  |  coB  |a+1,        a  >  -  1, 


for  determining  the  frequency  dependence  of  the  spectral 
density.  For  a  detailed  treatment  of  the  above  see  Allan 
[4]- 
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Abstract 


The  accurate  resonance  frequency  of  the  transition  (F,  M  ) 
=  (4,  0)  < — >(3,  0)  in  the  ground  state  of  cesium-133  is  expressed  in 
the  form  of  an  operational  equation  for  an  atomic  beam  spectrometer. 
Emphasized  are  the  terms  in  this  equation  which  correct  for  the 
beam  direction  dependence  and  radiation  field  dependence  of  meas- 
ured resonance  frequencies: 

i£v     (PJ  +  v      (P,)}-  i(S.  +  S.)  P  , 
2     res.   1         res.    1       i    \       j  1 

where  i  and  j  refer  to  opposite  beam  directions  through  the 
apparatus,   P    is  the  microwave  power  exciting  the  transition,  and 
S.  and  S.  are  the  rates  of  linear  frequency  shift.     The  results  of  a 
detailed^theoretical  analysis  are  given  which  specify  the  contri- 
butions to  these  terms  by  various  apparatus  and  fundamental  shift- 
inducing  effects. 

This  approach  to  accuracy  specification  is  applied  to  the 
United  States  frequency  standard,   a  National  Bureau  of  Standards 
atomic  beam  machine  designated  NBS  III,  through  a  set  of  experi- 
ments using  an  atomic  hydrogen  maser  as  a  highly  stable  reference 
frequency  source.     The  corrections  determined  are  -3.  2  x  10"^ 
for  beam  direction  dependence,   -2.  2  x  10"^  for  power  dependence, 
and  +  0.  4  x  10"*^  for  second-order  Doppler  shift.     The  uncertainties 

in  these  corrections  and  contributions  from  other  sources  give  a 

- 1  2 

present  la  estimate  of  accuracy  capability  of  ±  1.1x10  for 
NBS  III.     This  figure  should  be  reducible  by  one  order  of  magni- 
tude through  efforts  to  eliminate  systematic  errors  in  the 

measurements  ofv  andv 

res.  res. 
i  J 

Up  to  the  present  time  the  lowest  inaccuracy  figure  that  has  been 

1  -12 

quoted    for  any  frequency  standard  is  ±  1.  1  x  10        as  a  single  standard 

deviation  (la)  estimate  for  a  National  Bureau  of  Standards  cesium  beam 
machine  designated  NBS  III.    Attempts  to  improve  on  this  value  are  resisted 
by  the  difficulty  in  identifying  and  making  corrections  for  resonance  frequency 
shifts  induced  by  a  variety  of  effects. 
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Intrinsic  or  fundamantal  effects  originate  from  the  motion  of  atoms 
(Doppler  effect),    the  structure  of  atoms  (effect  of  neighboring  energy  levels), 
and  properties  of  the  transition-inducing  radiation  field  ( Bloch-Siegert  and 
Stark  effects).     But  the  frequency  shifts  these  generate  are  relatively  feeble. 
Other  effects  are  present  because    the  atomic  beam  apparatus  falls  short  of 
ideality.    As  examples,  the  phases  of  the  pair  of  separated  radiation  fields 
are  not  exactly  equal,  the  radiation  fields  are  not  strictly  monochromatic, 
and  the  static  magnetic  c-field  is  not  precisely  uniform.     The  frequency  shifts 
due  to  such  "apparatus  effects"  establish  the  present  limits  of  accuracy. 

In  this  paper  we  consider  a  set  of  high  precision  experiments  which 

enable  identification  of  the  particular  effects  which  are  most  significant  in 

limiting  the  accuracy  of  the  NBS  III  beam  machine.    This  work  is  one  segment 

2 

of  a  detailed  study  of  atomic  beam  resonance  frequency  shifts. 

The  standard  of  frequency  is  defined  by  the  transition  (F,  M    )  =  (4,  0)< — » 
(3,  0)  in  the  ground  state  of  cesium- 133,  for  which  the  unshifted  resonance 
frequency  (Bohr  frequency)  is 

vB(Hc)  ^vB(0)  +  (426.  4)H^  ,  (1) 

where        is  the  magnitude  of  a  weak  external  magnetic  field  (in  oersteds), 

and  vD(0)  =9,  192,  631,  770  cps.    In  Table  1  a  summary  is  given  of  some  of 
B 

the  resonance  frequency  shifts  which  are  calculated  for  this  transition.  The 
_  3 
notation  (0,  £, L,v q,v q)  used  in  the  Table  is  the  same  as  that  used  by  Ramsey. 

In  particular,  y    and  Vq  are  the  Bohr  frequencies  corresponding  to  the  average 

square  c-field  magnitudes  in  the  drift  region  and  transition  regions, 

respectively. 

The  predicted  frequency  shifts  depend  on  the  level  of  microwave  input 

power  (P)  exciting  the  transition,  and  on  the  beam  direction  through  the 

apparatus  (via  the  phase  difference  6).     This  suggests  the  utility  of  relating 

the  accurate  frequency,  v  (0),  and  measured  resonance  frequencies  with  an 

B 

operational  equation: 
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The  subscripts  i  and  j  refer  to  opposite  beam  directions  through  the  apparatus, 

P    is  the  microwave  input  power  which  excites  the  transition,   and  H       is  the 

1  Cl 
average  c-field  magnitude.     The  first  term  is  just  the  mean  frequency  for 

opposite  beam  directions,  and  is  aimed  at  eliminating  the  effect  of  phase 

difference.     The  second  term  corrects  to  zero  magnetic  field,  and  the  third 

—  2  2 
term  .adjusts  for  the  use  of  H     in  the  c-field  calibration,   rather  than  H  . 

J  c  c 

The  fourth  term  corrects  for  effects  which  give  a  linear  power- dependent  shift 
that  vanishes  in  the  limit  of  zero  excitation  intensity  and  is  independent  of 
beam  direction.     (This  includes  four  items  in  Table  1.  )    S.  and  S.  are  experi- 
mentally  determined  slopes  (in  cps  per  milliwatt,    say)  of  a  linear  component 
of  the  observed  frequency  shifts.     The  fifth  term  subtracts  out  the  second- 
order  Doppler  shift  (given  by  Fig.  3),  and  the  sixth  term  takes  account  of  the 
distortion  of  the  resonance  due  to  inequality  of  the  c-field  magnitudes  in  the 

transition  and  drift  regions  (Fig.  2).     The  relation  should  be  continued  to 

6 

include  other  contributions    which  are  not  explicitly  treated  here,   e.  g.  , 
physical  overlap,   cavity  pulling,  multiplier  chain  transient  phase  shifts,  and 
various  servo  system  effects. 

The  set  of  experiments  with  the  NBS  III  beam  spectrometer  were  performed 
using  an  atomic  hydrogen  maser  from  Varian  Associates  as  a  highly  stable 
reference  frequency  source.  ^    The  dependence  of  the  (4,  0)  < — »  (3,  0)  resonance 
frequency  on  radiation  field  intensity  was  measured,  under  varied  conditions 
of  beam  direction  through  the  apparatus,   c-field  magnitude,  and  excitation 
spectrum. 

The  power-dependent  frequency  shifts  observed  for  three  successive 
reversals  of  the  beam  direction  are  shown  in  Fig.  4.     Over  the  range  of 
excitation  intensities  considered  the  shifts  are  linear,  and  data  for  opposite 
beam  directions  show  a  slightly  different  slope  and  a  relative  frequency 
offset.     The  important  features  of  the  data  are  the  slopes,   zero  power 
(extrapolated)  intercepts,  and  the  average  values  of  these  quantities  for 
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j^posite  beam  directions.     These  are  summarized  in  Table  2. 

The  interpretation  of  these  results  is  found  in  terms  of  apparatus, 

rather  than  fundamental,   effects.     Evaluating  the  very  small  expected  shifts 

4 

due  to  the  latter,   using  I  =  1.  02cm,   L  =  366  cm,   and  a=  2.  3  x  1  0  cm/ sec  in 
Table  1,  we  have: 

- 1 6  2 

neighboring  levels  effect:  6  v  /v  n  ^  +  (V.  6)  x  10~     tan  (rj)P/P 

- 1 6 

Bloch-Siegert  effect:   6v/v  „  ~  +  ( 3.  8)  x  1  0~  P/PQ 

- 1 8 

Stark  effect:  6  v/j  «  ~  -  (1.  5)  x  10  p/pn 

-13 

2nd-order  Doppler  effect:    (6v/\Jq)p    =  -  4.4  x  10 

-12  ° 

The  observed  shifts  are  roughly  +3x10       P/P^,  with  P    ^"  6.  OmW. 

The  relative  displacement  of  the  resonance  frequency  for  opposite  beam 

directions  is  attributed  to  a  phase  difference  between  the  radiation  fields. 

If  the  beam  experiences  a  phase  difference  6  for  one  direction  and  °.  for  the 

other,  the  frequency  difference  is  Av  =  a(  6^  _  6  )  /  2TTL.     For  °j  =  -      ,  the 

successive  beam  reversals  would  give  a  reproducible  frequency  difference. 

This  was  clearly  not  the  case.    For  either  beam  direction  the  phase  difference 

-3 

value  was  of  order  10      radian,  but  in  reversing  the  beam  direction  its  precise 
magnitude  was  changed.    It  is  felt  that  this  irreproducibility  is  a  consequence 
of  the  system  being  exposed  to  atmospheric  pressure  in  order  to  interchange 
the  oven  and  detector.     Contaminants  in  the  cavity  ends  which  can  contribute 
to  a  phase  difference  value  then  interact  with  air  and  moisture,   resulting  in 
a  modified  value.     This  circumstance  can  be  avoided  by  designing  the  system 
so  that  it  may  be  kept  under  vacuum  while  the  oven-detector  interchange  is 
made.     Both  an  oven  and  detector  could  be  situated  at  each  end  of  the  apparatus, 
with  adjustments  for  positioning  the  components  so  that  either  combination  of 
oven  and  detector  could  be  used. 

The  average  rate  of  frequency  shift  for  opposite  beam  directions  was 
reproducible,  with  the  magnitude 

1       <S.  +  S.)  =~+  5.  6  x  10"13/mW.  (3) 

2  v  J 
o 

Inbalance  between  pairs  of  sidebands  in  the  excitation  spectrum  provides  an 
interpretation  of  this  result.     A  spectrum  analysis  revealed  that  the  brightest 
sidebands  were  44  db  below  the  primary  intensity  at  ±  60  cps  and  ±120  cps 
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away  from  the  primary  frequency.  Each  pair  was  balanced  to  within  an  uncer- 
tainty of  2  db.     If  the  sideband  at  -  60  cps  was  1  to  2  db  above  that  at  +   60  cps 

then  the  expression  in  Table  1  predicts  a  fractional  shift  of  +  2.  0  to  +  4.  5 
1  3 

parts  in  1  0      per  milliwatt.     Similarly,   this  inbalance  in  the  ±120  cps  com- 
ponents would  give  an  additional  contribution  half  as  large.     When  the 
excitation  spectrum  was  changed,   by  using  a  different  multiplier  chain,  the 
rate  of  shift  was  altered  by  more  than  a  factor  of  two,   confirming  the 
interpretation  as  a  spectrum  effect. 

The  small  beam  direction-dependent  contribution  to  the  rate  of  shift, 
_1  (S.  -   S.)-1.0xl0"13/mW,  (4) 

is  not  satisfactorily  understood.     Phase  difference  is  capable  of  making  such 
a  contribution,  but  the  sign  is  wrong  to  account  for  the  observations.  A 
possible  explanation  is  found  in  terms  of  a  first-order  Doppler  shift  due  to 
leakage  radiation  from  the  cavity  end  slots  into  the  drift  region,   but  this  has 
not  been  convincingly  demonstrated. 

Supplementary  experiments  indicated  that  the  power-dependence  of  the 
resonance  is  unaffected  by  increasing  the  c-field  magnitude  above  the  l/20 
Oe  operating  level,  and  by  reversing  c-field  polarity.     The  displacements 
in  the  resonance  frequency  which  accompanied  performance  of  these  operations 
were  consistent  with  expectations  based  on  the  quadratic  c-field  dependence. 
For  example,  a  residual  average  field  component,   H^(x  ),  along  the  direction 
of  the  applied  c-field,  H  (x  ),   causes  the  resultant  c-field  magnitude  to  change 

3. 

by  approximately  2H  (x  )  when  the  polarity  of  the  applied  field  is  reversed. 

o 

This  shifts  the  (4,  0)  < — >  (3,  0)  resonance  frequency  by  about  (426.  4}4H  (x  )H  (x) 

a  o 

cps,  and  the  shift  is  removed  when  the  applied  field  component  is  adjusted 
to  restore  the  net  c-field  to  its  original  value.    From  these  supplementary 

experiments,  we  conclude  that  physical  overlap  of  neighboring  resonances, 

3  —  — 

the  Millman  effect,     and  the  c-field  difference  quantity,   H   (I)  -  H  (L), 

c  c 

make  negligible  frequency  shift  contributions. 

The  foregoing  analysis  determines  the  frequency  corrections  that 
should  be  applied  to  the  NBS  III  standard,  and  helps  to  establish  the  limits 
of  accuracy  uncertainty.     The  device  is  normally  operated  with  an  input 
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Oower  of  4.  0  milliwatts,  a  c-field  magnitude  of  0.  0484  Oe,    and  with  a  beam 
Erection  corresponding  to  experiments  (2)  and  (4)  in  Table  2.    The  correction 
•  or  power-dependence,  using  equation  (3)  and  P^  =  4.  0  mW,  is  then 


1    (S.   +  S.)P,  -  -2.  2  x  1  0"12. 
i        J  1 


2  v0 

A  second-order  Doppler  shift  was  too  small  to  be  resolved  in  the  experiments, 
but  a  correction  can  be  made  on  theoretical  grounds.     Using  Fig.   3  for 

4 

p   =  2P  / 3,  and  a=  2.3x10    cm/ sec,  we  have 
1         °  _12 

-    1  (6Vt-n       ,     )n  0.4x10 
—    v Doppler'  P 
vo  1 

Similarly,  the  shift  due  to  c-field  distortion  was  beyond  experimental  reso- 
lution.   Calibrated  line  shape  traces  of  the  field- sensitive  transitions, 
(4,±  1)  — ♦(.3,±1),   showed  that  |  H  (£)  -  H  (L.)  |  <  2  x  1  o"   Oe,   so  a  theoretical 

upper  limit  for  the  correction  magnitude  is  calculated,  using  the  expression 

-14 

in  Table  1  with  H     =    0.  0484  Oe,  to  be  less  than  3x10 
Cl 

The  most  important,  but  most  poorly   defined  correction  is  that  for 
beam  direction-dependence.    A  reasonable  approach  is  to  make  this  correc- 
tion with  respect  to  the  average  of  the  three  determinations  of  1  (v       +v  ). 

—     res.  res. 

Then,  for  example,  if  the  beam  has  the  orientation  of  experiment  2  in  Tabled 

-12 

2,  the  appropriate  correction  is  -  3.  2  x  10       ,  with  a  maximum  uncertainty 

-12 

estimated  from  the  data  to  be  no  more  than  ±  2.  4  x  1  0        (three  times  the 

rms  deviation).    However,  if  the  beam  machine  is  left  undisturbed  in  a  given 

orientation  for  long  periods  of  time,  this  phase  difference  correction  whould 

be  considered  to  be  much  more  uncertain. 

The  assessment  of  total  accuracy  uncertainty  is  made  by  considering 

the  individual  uncertainties  in  the  terms  that  make  up  equation  (2).  An 

itemized  account  for  the  NBS  III  standard,   including  a  discussion  of  the  way 

that  individual  contributions  should  be  combined  to  arrive  at  a  total  estimate, 

has  been  given  by  Beehler,   et  al.  ^    A  similar  tabulation  for  NBS  III,  taking 

account  of  the  results  of  this  paper,   is  given  in  Table  3.     The  single  stan- 

- 1  2 

dard  deviation  estimate  of  accuracy  cap;i|*>i  tlty  is  approximately  £1.1x10 
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The  designation  "accuracy  capability"  is  meant  to  imply  the  limits  of  uncer- 
tainty when  a  set  of  evaluative  experiments  are  performed,  as  distinct  from 
undisturbed,   routine  operation  of  the  standard. 

The  increasing  availability  of  frequency  devices  (atomic  beams  and 

1  3 

masers)  capable  of  stabilities  of  a  few  parts  in  1  0      over  a  long  duration 

(100  hours  or  more)  gives  promise  of  improved  accuracies.    A  systematic 

experimental  investigation  using  a  reference  frequency  source  of  this  high 

precision  has  not  been  carried  out  to  evaluate  most  of  the  uncertainty  factors 

in  Table  3.    Especially  in  the  cases  of  miscellaneous  servo  system  effects, 

multiplier  chain  phase  shifts,   and  the  first-order  Doppler  effect,  it  is  lack 

of  information  which  makes  the  estimated  uncertainties  as  large  as  they  are. 

These  experiments,   coupled  with  efforts  to  reduce  systematic  errors  in  the 

measurements  of  v         and  v         (for  which  the  installation  of  the  alternate 
res.  res. 

oven-detector  system  mentioned  earlier  would  be  a  starting  point)  can  reason- 
ably be  expected  to  improve  the  NBS  ELI  accuracy  capability  figure  by  an 
order  of  magnitude. 
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Fig.   1     Theoretical  frequency  shift  induced  by  a  small  phase 
difference,  6(radians),  as  a  function  of  excitation 
intens  i  t y . 
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Fig.   it     Power-dependent  frequency  shifts  of  the   (4,0)-—  (3  0) 

transition  in  the  NBS  III  atomic  beam  spectrometer.'  The 
least  squares  determined  lines   (1)   and   (3)   represent  one 
beam  direction,  and  (2)  and   (4)  the  other,  in  chrono- 
logical order.     The  zero  point   for  the  frequency  shift 
relative  to  the  H-maser  reference  Is  arbitrarily  chosen 
The  data  points  for  lines   (1),   (2),  and  (3)  are  means 
for  1/2  hour  averaging  times  with  standard  deviations  of 
2  to  A  parts  In  101J.     Line  (4)  was  determined  in  a  more 
brief  experiment.    The  time  duration  between  successive 
experiments  vas  about  5  days. 


TABLE  2 


Summary  nf  experimental   results   In   Fig.   4 .     The  slopes  and  intercepts 
together  with  their  standard  deviations,  arc  derived  bv  least  squares  analysts 


Experiment  Slope,  S  Avg.   slope,  S(Sj+Si)         Difference  slope  Zero  power  Avg.  zero 

(parts   In   lO'VmW)       (parts   In  10'J'mW)  S(S.-Sj)  Intercept  powet  Intercept 
 (parts  In  IO"/mU)       (parts  In  IP1')       (parts   In  lOjjJ 


1  6.58  r  0.32  -  SI. 3  !  1.6 

5.63  t  0.33  0.96  •  0.33  -  8.8  i  1.7 

2  4.67  ;  0.58  +  33.8  !  3.0 

5.67  i  0.40  1.00  !  0.40  +  96  !  2.0 

3  6.66  :  0.53  -  14.6  !  2.7 

5.58  !  0.78  1.08  i  0.78  +  3.9  1  4.0 

4  4.49  •   1.49  +  22.3  ?  7.5 
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TABLK  3 


Conl r  t hut  inns   to   Inaccuracy   for  NflS  III 
ceslua  beaa  (r^ufncv  standard 


Source  Ju  putliMtp  In 
 parti   in  I01? 

Uncertainty   in  H  *  0.1 

Use  of  H7  for  H?  ;  0. 1 

Uncertainty   in   lat-  and   2nd-order  Doppler  ahlfta  !  0.3 

Distortion  froa  H£i)  r  iy L)  •  0.1 

Uncertainty   in  c-fleld  polarity  dependent   ahlfta  1  0.3 

Uncertainty   In  cavity  phase  difference  *  2.4 

Cavity  aistuning  1  0.1 

Overlap  of  neighboring   transitions  t  0.3 

Uncer tal nty   in  powe r -dependent   shifts  10.5 

Random  measurement   error   (I  hr)  t  0,6 

2nd  harmonic  distortion  of.  servo  modulation  t  0.5 

Miscellaneous   servo  system  effects  1  1.5 

Multiplier    chain  transient  phase  shifts  t  1.0 


To tal    3o  extlmate  of  uncer t al nt y 

(•quare  root  of   sua  of   squares)  2  3.2 
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A  Historical  Review  of  Atomic 
Frequency  Standards 

R.  E.  BEEHLER 


Abstract— An  attempt  is  made  to  trace  the  historical  development  of  the 
leading  contenders  in  the  atomic  frequency  standards  field— cesium  and 
thallium  atomic  beam  devices,  rubidium  gas  cell  standard,  and  the  hydrogen 
maser.  Many  of  the  important  experiments  leading  to  the  development  of 
techniques  basic  to  the  various  types  of  standards,  such  as  the  magnetic 
resonance  method,  optical  pumping,  buffer  gases  and  wall  coatings,  and 
maser  techniques  are  briefly  described.  Finally,  the  application  of  these 
basic  techniques  to  the  development  of  the  specific  types  of  atomic  standards 
is  discussed. 

Introduction 

A  LTHOUGH  the  exploitation  of  atomic  frequency 
f—\  standards  on  a  large  scale  dates  back  to  less  than  10 
years  ago  when  they  came  into  general  use  as  basic 
reference  standards  in  many  laboratories,  some  of  the  basic 
techniques  involved  had  been  developed  almost  fifty  years 
ago.  It  is  the  purpose  of  this  paper  to  review  some  of  the 
early  experiments  and  outline  the  subsequent  development 
of  basic  techniques  which  have  led  to  the  present  atomic 
frequency  standards.  The  discussion  will  be  confined  to 
those  standards  which  are  presently  available  commercially 
to  the  general  user  or  are  at  least  under  active  development 
by  several  commercial  or  national  standards  laboratories — 
namely,  cesium  and  thallium  atomic  beam  devices,  rubid- 
ium gas  cell  devices,  and  hydrogen  masers.  Because  of  the 
scope  of  the  subject,  it  will  often  be  impossible  to  include 
many  details  of  the  principles  of  operation  of  equipment, 
measurement  procedures,  and  general  performance  results. 
However,  an  attempt  will  be  made  to  give  adequate  ref- 
erences in  all  cases.  The  historical  development  of  the  most 
important  basic  techniques  will  first  be  described  without 
regard  to  specific  frequency  standards,  followed  by  a  dis- 
cussion of  the  later  application  of  these  basic  techniques  to 
the  development  of  specific  types  of  atomic  standards.  For 
an  analysis  of  the  relative  merits  of  the  different  types  of 
atomic  standards  discussed  here  and  for  an  up-to-date 
status  report  of  their  performance  achievements  reference 
is  made  to  the  article  by  A.  McCoubrey  in  this  issue  [1  ]. 

Development  of  Basic  Techniques 

Atomic  Beam  and  Magnetic  Resonance  Techniques 

The  first  experiments  using  atomic  or  molecular  beams 
were  those  of  the  French  physicist  A.  L.  Dunoyer  in  1911 
[2].  Dunoyer's  apparatus,  shown  schematically  in  Fig.  1, 
consisted  simply  of  a  20-cm-long  glass  tube  with  three  sepa- 

Manuscript  received  January  6,  1967;  revised  February  16,  1967. 
The  author  is  with  the  Frequency  and  Time  Division,  Hewlett-Packard 
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Fig.  1.    Schematic  diagram  of  Dunoyer's  original 
atomic  beam  apparatus  [2]. 

rately  evacuated  chambers  which  served  as  source,  collima- 
tion,  and  observation  chambers.  He  observed  that  when 
sodium  was  heated  sufficiently  in  A,  a  deposit  was  formed  in 
C  whose  distribution  could  be  explained  by  the  assumption 
that  the  sodium  atoms  traveled  in  straight  lines. 

Nine  years  later  at  the  University  of  Frankfurt  in  Ger- 
many, Otto  Stern  became  the  first  to  use  a  molecular  beam 
technique  for  making  physical  measurements.  In  these  ex- 
periments to  measure  directly  the  speed  of  gas  molecules,  a 
source  of  silver  atoms  at  the  center  of  an  evacuated  jar  pro- 
duced a  beam  of  atoms  which  was  collimated  by  a  narrow 
slit  and  detected  by  deposition  on  a  glass  plate  near  the  jar's 
surface.  The  principal  parts  were  mounted  such  that  they 
could  be  rotated  about  a  vertical  axis  inside  the  bell  jar  at 
speeds  of  1500  rpm.  Stern  observed,  in  agreement  with  the 
results  of  Dunoyer's  experiments,  a  narrow  sharp  deposit 
explainable  by  straight  line  atomic  trajectories  as  long  as  the 
apparatus  was  stationary.  However,  for  rotational  speeds 
of  1500  rpm  the  deposited  pattern  was  shifted  slightly  and 
also  appeared  fuzzy.  From  the  amount  of  the  shift  Stern 
could  calculate  the  average  velocity  of  the  atoms,  which 
turned  out  to  agree  with  the  predictions  of  kinetic  theory  to 
within  a  few  percent.  The  fuzziness  of  the  deposit  showed 
that  a  distribution  of  speeds  existed  in  the  beam. 


15Z-792 


Less  than  two  more  years  elapsed  before  Stern  and  a 
colleague,  Walther  Gerlach,  performed  their  celebrated 
"Stern-Gerlach  experiment"  [3]  which  was  to  have  a  most 
profound  effect  on  the  development  not  only  of  molecular 
beam  techniques  but  also  of  quantum  mechanics  in  general. 
The  results  of  this  experiment  supported  the  concept  of 
spatial  quantization — i.e.,  the  seemingly  unlikely  idea  that 
the  magnetic  moment  of  an  atom  in  an  external  magnetic 
field  can  have  only  a  few  possible  discrete  orientation  angles 
with  respect  to  the  external  field  lines.  If  the  atom  is  con- 
sidered to  behave  as  a  small  bar  magnet  of  magnetic  mo- 
ment //  in  an  external  field,  //,  its  change  in  energy,  when 
placed  in  the  field,  would  be  given  by  AE= fiH  cos  6,  where 
9  is  the  angle  between  the  magnet  and  the  field  lines.  Until 
the  performance  of  the  Stern-Gerlach  experiment,  it  was 
generally  believed  that  a  large  number  of  such  atoms  in  a 
field  would  show  a  random  distribution  of  the  angle  9,  and 
hence  would  have  energy  values  anywhere  between 
and  —  /.iH.  An  opposing  view,  however,  was  suggested  by 
observations  made  as  early  as  1896  by  the  Dutch  physicist 
Pieter  Zeeman  that  certain  spectral  lines  split  into  two  or 
more  sharp  lines  when  the  radiating  atom  is  placed  in  an 
external  magnetic  field.  This  effect  could  be  explained  by 
postulating  that  the  energy  of  atoms  in  a  magnetic  field  is 
quantized,  resulting  in  the  observed  spectral  emission  lines 
produced  by  transitions  between  these  discrete  energy  levels 
being  limited  to  a  few  sharply  defined  frequencies  through 
the  relation  Et  —E2  =  hv,  where  EY  and  E2  are  the  energies 
of  the  two  levels  involved  in  the  transition,  h  is  Planck's 
constant,  and  v  is  the  frequency  of  the  emitted  spectral  line. 
If  the  atoms  could  have  random  orientations,  and  hence 
energies,  in  the  field,  one  would  expect  to  observe  a  blurred 
spectral  line  corresponding  to  a  spread  in  energy  of  the 
levels  of  2^//,  contrary  to  the  experimental  evidence. 

In  1921  Stern  conceived  an  experiment  for  testing  for 
space  quantization  using  a  beam  of  silver  atoms.  He  realized 
that  the  force  exerted  on  a  silver  atom  with  magnetic  mo- 
ment n  by  a  magnet  designed  to  produce  a  field  with  a 
large  gradient  dH/dz  across  the  gap  would  be  given  by 
—  n(dH/dz)  cos  9  and  would  thus  vary  continuously  from 
+  fi(dH/dz)  to  —  /x(dH/dz)  if  atoms  were  oriented  ran- 
domly. On  the  other  hand,  if  space  quantization  existed,  the 
force  on  silver  atoms  would  be  either  —  n(dH/cz)  or 
+  H(dH/dz).  By  shooting  a  beam  of  silver  atoms  between 
the  poles  of  such  a  magnet  and  observing  the  deflection  pat- 
tern produced,  one  should  observe  either  a  single  broad 
fuzzy  line  (if  random  orientations  are  possible)  or  two  dis- 
crete sharp  lines  (if  space  quantization  exists).  Performing 
the  experiment  with  Gerlach,  who  had  a  magnet  of  the 
proper  design,  Stern  did  indeed  observe  two  separated 
lines  in  the  deflection  pattern.1  As  we  shall  see  shortly, 
magnets  similar  to  that  used  in  the  Stern-Gerlach  experi- 
ment are  a  basic  component  of  today's  atomic  beam  fre- 

1  Because  the  existence  of  electron  spin  with  its  effect  on  effective  mag- 
netic moments  was  not  yet  known  in  1921,  Stern  actually  expected  to 
observe  three  discrete  lines  instead  of  two.  Thus,  while  this  experiment  sup- 
ported the  concept  of  space  quantization  an  additional  mystery  was  intro- 
duced which  was  not  resolved  until  1925. 
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quency  standards,  being  useful  for  obtaining  a  beam  of 
atoms  in  a  specific  energy  state. 

In  1923  Stern  became  head  of  the  Department  of  Physi- 
cal Chemistry  at  the  University  of  Hamburg.  During  the 
next  10-year  period  he  and  his  students  published  a  series  of 
some  30  papers  which  served  to  establish  many  of  the  basic 
principles  and  techniques  used  in  today's  atomic  beam  de- 
vices. Particular  emphasis  was  placed  upon  the  develop- 
ment of  atomic  beam  methods  for  greatly  improved  mea- 
surements of  magnetic  moments. 

In  1932  O.  Frisch  and  E.  Segre  used  an  atomic  beam  tech- 
nique with  potassium  to  detect  transitions  produced  by 
subjecting  the  atoms  to  a  sudden  variation  in  the  direction 
of  a  static  magnetic  field  located  between  two  Stern- 
Gerlach  magnets  [4].  The  first  magnet  acted  as  a  polarizer, 
separating  the  atomic  beam  into  two  beams  differing  in 
magnetic  state.  One  of  these  beams  was  then  blocked  by  the 
obstruction  of  part  of  the  magnet  gap,  producing  a  beam 
with  atoms  only  in  the  desired  state.  These  remaining  atoms 
were  then  passed  through  a  second  Stern-Gerlach  magnet 
which  acted  as  an  analyzer  to  detect  whether  the  magnetic 
state  had  been  changed  in  the  region  between  the  magnets. 
When  the  static  field  with  its  rapid  reversal  in  direction  was 
applied  in  the  center  region,  a  change  was  noted  in  the  num- 
ber of  atoms  reaching  the  atomic  beam  detector  located 
after  the  second  magnet.  This  indicated  that  some  of  the 
atoms  had  made  transitions  to  different  energy  states  (and 
thus  had  their  magnetic  moment  reversed  in  direction),  pro- 
ducing a  change  in  their  deflection  by  the  second  magnet. 
This  apparatus,  used  some  35  years  ago,  differed  primarily 
from  present  atomic  beam  tubes  only  in  the  method  of  pro- 
ducing the  transitions  between  the  atomic  energy  levels. 

Six  years  later  in  1938  at  Columbia  University,  1. 1.  Rabi, 
one  of  Otto  Stern's  former  students,  made  the  next  major 
advance  in  atomic  beam  techniques  by  developing  his  mag- 
netic resonance  method,  which  permitted  the  detection  of 
transitions  between  the  closely  spaced  energy  levels  result- 
ing from  the  interaction  of  an  external  magnetic  field  with 
an  atom  or  molecule  [5].  Rabi's  apparatus,  shown  sche- 
matically in  Fig.  2,  was  similar  to  that  used  by  Frisch  and 
Segre,  except  that  transitions  between  the  magnetic  states 
of  an  atom  or  molecule  were  produced  by  applying  an 
oscillating  RF  field  of  proper  magnitude  and  direction  and 
whose  frequency  satisfied  the  resonance  condition,  W1  —  W2 
=  hv,  for  the  two  energy  levels  of  interest. 

Although  the  field  directions  in  the  A  and  B  Stern-Gerlach 
magnets  were  the  same,  the  field  gradients  were  arranged 
to  be  in  opposite  directions,  so  that,  in  the  absence  of  transi- 
tions in  the  C  region,  molecules  from  the  source  O  would 
undergo  equal  and  opposite  deflections  by  the  two  magnets 
and  therefore  strike  the  detector  D.  Application  of  the 
proper  frequency  RF  field  in  the  region  R,  however,  pro- 
duced a  change  from  one  energy  state  to  another,  such  that 
the  resultant  change  in  magnetic  moment  produced  a 
sufficiently  different  deflection  in  the  B  magnet  to  cause  the 
molecule  to  miss  the  detector.  The  surface-ionization  type 
detector  used  by  Rabi  ionized  nearly  all  of  the  molecules 
striking  the  0.001 -inch  wide  surface  and  thus  produced  an 
793 
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Fig.  2.    Schematic  diagram  of  Rabi's  magnetic  resonance  apparatus  [5]. 


electrical  signal  proportional  to  the  number  of  molecules 
striking  the  wire  per  second.  As  the  excitation  frequency 
was  varied  through  the  resonance  value  for  a  particular  tran- 
sition between  two  energy  states,  Rabi  observed  a  sharp  de- 
crease in  the  detector  output  signal.2  The  first  resonance 
curve  ever  observed  by  this  magnetic  resonance  technique  is 
shown  in  Fig.  3.  It  was  published  by  Rabi  and  his  colleagues 
in  February,  1938,  and  represents  a  resonance  between  two 
spatial  quantization  states  of  the  lithium  nucleus  obtained 
with  a  beam  of  LiCl  molecules  in  a  strong  enough  C  field 
to  decouple  completely  the  nuclear  magnetic  moments 
from  one  another  and  from  the  molecular  rotation  [5]. 
From  the  measured  values  of  the  frequency  at  resonance 
and  the  static  C  field  in  which  the  transition  occurred,  Rabi 
was  able  to  calculate  much  improved  values  for  several 
nuclear  magnetic  moments. 

Soon  thereafter  another  member  of  the  Columbia  group, 
P.  Kusch,  extended  the  new  atomic  beam  magnetic  reso- 
nance technique  to  measurements  of  separations  of  the 
closely  spaced  hyperfine  structure  levels  in  the  ground  state 
of  atoms  [6].  Hyperfine-structure  level  separations  in  sev- 
eral isotopes  of  lithium  and  potassium  were  measured  to  a 
precision  of  0.005  percent.  Relative  to  earlier  hyperfine- 
structure  measurements  by  optical  means,  the  atomic  beam 
magnetic  resonance  results  were  simpler  to  interpret,  much 
more  accurate,  and  of  much  higher  resolution. 

A  further  refinement  in  the  atomic  beam  magnetic  reso- 
nance technique,  which  proved  to  be  of  extreme  importance 
in  the  application  of  the  technique  to  frequency  standards, 
was  introduced  by  N.  F.  Ramsey  at  Harvard  University  in 
1950  [7].  In  the  conventional  atomic  beam  apparatus  at 
that  time  the  oscillating  RF  field  for  producing  transitions 
in  the  beam  was  applied  over  a  relatively  short  region,  being 
limited  by  the  requirements  of  maintaining  uniform  phase 
and  uniform  ctatic  magnetic  field  (C  field)  over  the  entire 
region  of  interaction  between  the  atoms  and  the  RF  field. 
A  lengthened  interaction  region  is  desirable  for  many  ex- 
periments, however,  because  the  longer  the  interaction 
time,  the  more  sharply  defined  are  the  atomic  energy  levels 
and  thus  also  the  resonance  frequencies  associated  with 
transitions  among  them.  Ramsey  developed  a  method  which 
increased  the  effective  interaction  time  without  adversely 
affecting  the  phase  and  field  uniformity  requirements.  He 

2  In  the  early  experiments  described  here  the  transition  frequencies  of 
interest  depended  linearly  on  the  magnitude  of  the  static  magnetic  field 
provided  in  the  C  region.  For  reasons  of  exp  .imental  convenience  reso- 
nance curves  were  actually  obtained  by  keeping  the  frequency  fixed  and 
sweeping  the  field  through  the  corresponding  resonance  value. 
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Fig.  3.    First  published  resonance  curve  using  Rabi's 
magnetic  resonance  technique  [5]. 


replaced  the  usual  single  oscillating  field  region  with  two 
such  regions  separated  by  a  relatively  large  distance  and 
showed  that  the  effective  interaction  time  was  now  the  entire 
length  separating  the  two  RF  regions.  Moreover,  the  ob- 
served resonance  width  under  these  conditions  is  40  per- 
cent less  than  that  for  a  single  Rabi-type  excitation  of 
length  equal  to  the  separation  of  the  two  Ramsey  fields 
and  the  C  field  uniformity  requirements  are  actually  less 
severe  for  the  Ramsey  case.  Application  of  this  technique 
to  atomic  beam  frequency  standards  has  resulted  in  reso- 
nance linewidths  of  less  than  50  Hz  at  9192  MHz. 

Before  discussing  the  specific  development  of  cesium  and 
thallium  atomic  beam  frequency  standards  based  upon  the 
basic  techniques  described  up  to  this  point,  let  us  first  con- 
sider the  historical  evolution  of  some  other  methods  and 
techniques  which  led  to  other  types  of  atomic  standards, 
such  as  the  optically  pumped  gas  cell  devices  and  the  hy- 
drogen massr. 

Optical  Pumping  Techniques 

Optically  pumped  gas  cell  frequency  standards,  such  as 
the  Rb87  gas  cell  devices  currently  available  commercially, 
represent  a  completely  different  approach  to  the  problem  of 
detecting  a  condition  of  resonance  in  the  hyperfine  struc- 
ture levels  of  the  ground  state  of  an  atom.  In  the  atomic 
beam  devices,  as  we  have  seen,  the  occurrence  of  transitions 
excited  by  RF  resonance  radiation  is  detected  by  observing 
resultant  changes  in  the  trajectories  of  the  atoms  comprising 
the  beam.  In  gas  cell  devices,  on  the  other  hand,  a  double 
resonance  technique  is  used  in  which  the  RF  resonance 
condition  is  detected  by  the  resultant  changes  in  the  in- 
tensity of  transmitted  optical  radiation  at  the  proper  fre- 
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Fig.  4.    Simplified  energy  level  diagram  for  mercury  showing  states  used 
in  early  double  resonance  experiments  [12]. 

quency  to  produce  transitions  between  the  ground  and 
first  excited  states  of  the  atom. 

The  development  of  the  optical  pumping  and  double 
resonance  techniques,  which  are  basic  to  the  operation  of 
gas  cell  standards,  can  be  traced  back  to  1949  when  Prof. 
F.  Bitter  at  the  Massachusetts  Institute  of  Technology 
showed  that  the  frequency,  intensity,  and  polarization  of 
optical  radiation  emitted  by  an  atom  in  a  2P->25  (ground 
state)  transition  are  all  altered  if  the  atom  is  simultaneously 
subjected  to  a  weak  oscillating  RF  field  whose  frequency  is 
near  resonance  for  the  hyperfine  levels  of  one  of  the  energy 
states  involved  in  the  optical  radiation  process  [8].  About 
this  same  time  A.  Kastler  and  J.  Brossel  of  the  Ecole 
Normale  Superieure  in  Paris  suggested  a  double  resonance 
technique  as  a  sensitive  means  of  gaining  information  about 
the  structure  of  energy  levels  [9].  The  first  application  of  this 
technique  was  to  one  of  the  excited  states  of  the  mercury 
atom  by  Brossel  and  Bitter  in  1950  [10]. 

As  an  aid  to  understanding  the  way  in  which  the  double 
resonance  technique  was  first  used,  consider  the  simplified 
energy  level  diagram  for  mercury  shown  in  Fig.  4.  The  levels 
indicated  are  the  6lS0  ground  state  and  the  three  Zeeman 
levels  of  the  63P1  excited  state.  If  mercury  vapor  is  illumi- 
nated by  optical  resonance  radiation  at  2537  A,  transitions 
will  occur  from  the  ground  state  to  one  of  the  excited-state 
levels,  the  particular  one  depending  on  the  polarization  of 
the  radiation.  In  the  experiment  of  Brossel  and  Bitter  a 
polarization  (labeled  n  in  Fig.  4)  was  used  which  selectively 
populated  the  m  =  0  level  of  the  triplet.  Under  these  cir- 
cumstances the  emitted  light  from  spontaneous  transitions 
back  to  the  ground  state  also  contains  only  n  radiation. 
If  now  an  RF  field  is  applied  perpendicular  to  the  static 
magnetic  field  producing  the  Zeeman  splitting  and  its  fre- 
quency is  adjusted  to  the  proper  value  for  resonance  be- 
tween the  m  =  0  and  the  m  =  +  1  levels,  transitions  will  be 
induced  to  the  m—  +  1  states.  Decay  from  these  levels  back 
to  the  ground  state  will  now  cause  Z  components  to  appear 
in  the  emitted  light.  Since  the  intensity  and  polarization  of 
the  emitted  light  are  thus  altered  in  the  process,  a  means  is 
available  for  optically  detecting  the  occurrence  of  the  RF 
resonance.  A  set  of  RF  resonance  curves  for  mercury  ob- 
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Fig.  6.    Simplified  optical  pumping  method. 


tained  in  this  manner  by  Brossel  and  Bitter  is  shown  in  Fig. 
5.  Each  curve  corresponds  to  a  different  amplitude  of  the 
RF  field. 

The  development  of  the  method  of  optical  pumping  as 
applied  to  the  building  up  of  the  population  of  one  certain 
level  at  the  expense  of  others  in  the  ground  state  of  atoms  is 
due  primarily  to  Kastler  [11],  [12].  Consider  the  much 
simplified  energy  level  diagram  shown  in  Fig.  6,  where  A 
and  B  represent  two  closely-spaced  energy  states  in  the 
hyperfine  structure  of  the  ground  state  of  an  atom  and  C 
represents  one  of  the  levels  of  the  first  excited  state.  Transi- 
tions A-*C  and  2?->C  occur  at  optical  excitation  fre- 
quencies, while  transitions  A+-+B  are  in  the  RF  range.  Before 
application  of  any  excitation  radiation  to  the  system,  atoms 
are  equally  distributed  between  levels  A  and  B  of  the  ground 
state  as  in  Fig.  6(a).  If  optical  resonance  radiation  from 
which  the  B-*C  component  has  been  removed  by  some 
means  such  as  filtering  is  now  used  to  illuminate  the  system, 
atoms  in  level  A  absorb  an  optical  photon  and  make  transi- 
tions to  C,  as  indicated  in  Fig.  6(b).  Since  lifetimes  in  the 
excited  state  are  very  short,  however,  the  atoms  in  C  sponta- 
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neously  re-emit  a  photon  and  fall  either  to  level  A  or  B  with 
approximately  equal  probabilities.  As  shown  in  Fig.  6(c), 
the  net  effect  at  this  point  has  been  to  increase  the  population 
of  B  at  the  expense  of  A .  Now,  since  there  are  still  atoms  in  A 
which  can  be  excited  to  C  by  the  optical  resonance  radia- 
tion, the  cycle  is  repeated  until  (ideally)  all  the  atoms  end 
up  in  level  B.  This  is  then  the  process  of  optical  pumping 
for  changing  the  population  distribution  among  the  ground 
state  levels. 

If  an  RF  excitation  is  now  applied  which  is  adjusted  in 
frequency  to  the  resonance  value  corresponding  to  the  fre- 
quency separation  of  A  and  B,  the  pumped  atoms  in  B  will 
be  stimulated  to  make  transitions  back  to  A,  at  which  point 
the  optical  pumping  process  resumes.  In  1956  H.  G.  Deh- 
melt  at  the  University  of  Washington  developed  the  tech- 
nique of  monitoring  the  intensity  of  the  light  transmitted 
through  the  sample' as  a  means  of  detecting  the  occurrence 
of  the  RF  transitions  [13].  Using  a  photocell  detector,  one 
observes  an  output  current  which  increases  to  a  constant 
maximum  value  (maximum  transparency  of  the  sample)  for 
the  condition  in  Fig.  6(c),  since  at  that  point  no  atoms  are 
available  to  be  pumped  A-*C  by  absorbing  part  of  the 
incident  light.  As  the  RF  signal  is  swept  through  resonance, 
however,  atoms  transfer  to  A  where  optical  absorption 
again  takes  place,  producing  a  sharp  drop  in  the  transmitted 
light.  The  detection  of  RF  resonances  by  this  means  is  ex- 
tremely sensitive.  For  example,  a  sample  of  vapor  at  a 
pressure  of  only  10" 7  torr  can  reduce  the  intensity  of  the 
transmitted  light  by  20  percent  when  the  correct  RF  is 
applied.  A  very  large  effective  energy  gain  occurs  with  the 
optical  detection  technique,  since  the  optical  photon  de- 
tected has  an  energy  approximately  104  to  105  times  greater 
than  the  energy  of  the  RF  photon  involved  in  the  micro- 
wave transition.  As  we  shall  see  in  more  detail  later,  the  use 
of  optical  pumping  and  optical  detection  with  atomic 
systems  of  Na23,  Cs133,  and  Rb87  has  made  possible  the 
development  of  extremely  compact  atomic  frequency  stan- 
dards relative  to  the  atomic  beam  devices. 

Buffer  Gas  Techniques 

While  the  optical  pumping  technique  as  briefly  described 
in  the  preceding  section  will,  in  principle,  produce  a  large 
population  buildup  in  level  B  of  Fig.  6,  collisions  of  atoms 
in  the  sample  with  each  other  and  with  the  walls  of  the  con- 
taining vessel  actually  provide  a  relaxation  mechanism 
whereby  atoms  can  "leak"  back  to  level  A  without  the 
application  of  RF.  Even  in  very  dilute  samples  atoms  make 
about  10  000  collisions  per  second  with  the  walls.  Since  this 
is  usually  greater  than  the  number  of  optical  photons  which 
the  atom  can  absorb  per  second  for  repumping  to  level  B, 
the  pump  effectively  becomes  very  leaky  and  at  best  only 
weak  RF  resonances  can  be  observed. 

In  1955  in  the  laboratory  of  A.  Kastler  a  fortunate  acci- 
dent occurred  during  some  experiments  with  sodium  vapor 
in  highly-evacuated  glass  bulbs  which  was  to  provide  the 
key  for  significantly  improving  the  efficiency  of  the  optical 
pumping  process.  When  a  vacuum  system  failure  allowed 
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hydrogen  gas  to  be  introduced  into  one  of  his  sodium  bulbs, 
Kastler  and  his  colleagues  were  amazed  to  find  that  the 
optical  pumping  was  greatly  increased!  The  foreign  gas 
introduced  was  found  to  act  as  a  buffer  between  the  sodium 
atoms  and  the  walls  where  disorienting  collisions  take  place. 
It  was  found  in  later  experiments  that,  because  of  collisions 
between  atoms  of  the  sample  and  those  of  the  buffer  gas,  the 
average  diffusion  time  to  the  walls  could  be  increased  from 
10" 4  second  (without  buffer  gas)  to  nearly  a  second.  It  is,  of 
course,  necessary  to  use  a  buffer  gas  which  does  not  itself 
disorient  the  sample  atom's  magnetic  state  during  collisions. 
In  general,  use  of  sample  atoms  in  a  251/2  ground  state  with 
its  spherical  symmetry  appears  to  be  the  best  way  to  insure 
minimum  interaction  during  buffer  gas  collisions. 

In  addition  to  producing  an  enhancement  of  the  optical 
pumping  process  by  increasing  the  effective  time  during 
which  RF  transitions  can  be  excited,  the  use  of  buffer  gases 
also  causes  a  reduction  in  the  observed  resonance  linewidth 
as  compared  to  the  normally  observed  Doppler  broadened 
value.  This  "collision-narrowing"  effect  in  a  buffer  gas  was 
first  predicted  by  R.  H.  Dicke  in  1953  [14]  and  was  observed 
experimentally  by  J.  Wittke  and  Dicke  at  Princeton  Uni- 
versity in  1954  [15].  Measuring  the  hyperfine  splitting  in  the 
ground  state  of  atomic  hydrogen  by  a  microwave  absorption 
technique,  they  found  that  atomic  hydrogen  at  a  pressure  of 
5  x  10" 4  torr  in  a  buffer  gas  of  clean  molecular  hydrogen 
at  0.2  torr  produced  a  resonance  width  of  only  3  kHz  or 
one-sixth  of  the  normal  Doppler  width. 

In  1956  H.  G.  Dehmelt  performed  optical  pumping  ex- 
periments with  sodium  in  argon  buffer  gas  and  observed 
relaxation  times  of  up  to  0.21  second  which  corresponds  to 
an  amazing  108  sodium-argon  collisions  occurring  before 
disorientation  of  the  sodium  atom  [13].  Dehmelt  pointed 
out  at  that  time  that  such  long  relaxation  times  (0.2 1  second) 
used  in  future  RF  resonance  experiments  with  optical  pump- 
ing would  provide  extremely  narrow  linewidths.  Even  longer 
relaxation  times  (up  to  2  seconds)  were  obtained  by  Deh- 
melt's  group  by  replacing  the  buffer  gas  with  a  solid  buffer 
wall  coating  chosen  to  have  minimum  magnetic  interaction 
with  colliding  rubidium  atoms  [16].  Using  eicosane 
(C2oH42),  they  obtained  strong  resonances  in  rubidium  and 
found  that  at  least  600  collisions  occurred  before  apprecia- 
ble disorientation.  W.  Hawkins,  working  at  Yale  Univer- 
sity, also  obtained  favorable  results  with  wall  surfaces  of 
absorbed  air  molecules  on  Apiezon  L  grease  and  on  copper 
[17].  Several  years  later,  however,  during  ':he  early  develop- 
ment phase  of  commercial  gas  cell  standards,  R.  M.  White- 
horn  at  Varian  Associates  concluded  that  use  of  solid  buffer 
coatings  for  commercial  applications  presented  too  many 
technical  problems  [18].  To  date,  all  commercial  gas  cell 
standards  have  used  buffer  gases. 

Storage  Techniques  for  Increasing  Interaction  Times 

The  advantages  to  be  gained  in  terms  of  narrower  reso- 
nance lines  by  increasing  the  interaction  time  between  an 
atomic  beam  and  the  applied  RF  resonance  radiation  have 
already  been  mentioned  briefly  in  connection  with  the  de- 
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velopment  of  Ramsey's  separated  oscillating  fields  tech- 
nique. In  1 957  Ramsey  pointed  out  that  it  should  be  possible 
to  further  increase  the  interaction  time  in  such  an  experi- 
ment by  "storing"  the  atoms  in  a  bounce  box  having  a 
suitable  non-disorienting  wall  coating  and  located  between 
the  two  RF  field  regions  of  an  atomic  beam  apparatus  [19]. 
If  the  collisions  with  the  walls  of  the  bounce  box  do  not 
appreciably  affect  the  magnetic  state  of  the  atom,  an  effec- 
tive increase  in  the  separation  of  the  two  fields  is  realized 
without  physically  lengthening  the  apparatus. 

Kleppner,  Ramsey,  and  Fjelstadt  reported  in  1958  the 
first  successful  results  using  this  "broken-beam"  technique 
[20].  The  bounce  box  was  designed  so  that  an  atom  had  to 
make  at  least  two  collisions  in  order  to  pass  through  and 
contribute  to  an  observed  resonance".  Employing  a  beam 
of  atomic  cesium,  they  were  able  to  observe  resonances  be- 
tween the  hyperfine  states  for  wall  coatings  of  teflon  heated 
to  100°C,  eicosane,  and  polyethylene.  The  authors  at  this 
time  stated  their  intention  to  test  other  substances  for  wall 
coatings  for  application  in  a  "high-precision  atomic  clock 
incorporating  both  the  storage  box  and  maser  principles." 

Further  experiments  with  a  cesium  beam  and  a  variety  of 
wall  coatings,  using  the  apparatus  shown  schematically  in 
Fig.  7,  were  reported  in  1961  by  Goldenberg,  Kleppner, 
and  Ramsey  [21].  For  storage  bulbs  coated  with  "Para- 
flint"  (a  mixture  of  long  chain  paraffins),  resonance  widths 
of  only  150  Hz  were  obtained  as  compared  with  2  kHz 
without  the  storage  bulb.  This  result  implied  that  at  least 
200  collisions  could  occur  before  relaxation  of  the  hyper- 
fine states  became  a  problem.  One  unfavorable  feature  of 
the  experimental  observations  was  a  rather  large  shift  of 
several  hundred  Hz  in  the  resonance  frequency  resulting 
from  slight  displacements  of  the  energy  levels  during  each 
collision  process.  This  type  of  shift  was  minimized  later  in 
the  hydrogen  maser  applications  because  of  the  much  lower 
polarizability  of  the  hydrogen  atom  compared  to  cesium. 

Maser  Techniques 

The  development  of  maser  techniques  in  1953,  initially 
using  ammonia,  represented  still  another  approach  to  the 
problem  of  using  microwave  resonances  in  atoms  or  mole- 
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CAVITY  ELECTRODES 

MASER  FREQUENCY  STANDARD 

Fig.  8.  Diagram  of  an  early  ammonia  beam  maser  showing  arrangement 
of  components  (courtesy  of  National  Bureau  of  Standards,  Boulder, 
Colo.). 

cules  as  frequency  standards.  The  maser  was  invented  by 
C.  H.  Townes  of  Columbia  University  [22]  but  was  also 
proposed  independently  by  N.  G.  Basov  and  A.  M.  Prokho- 
rov  of  the  U.S.S.R.  [23].  In  this  device,  a  collimated  beam 
of  ammonia  molecules  effuses  from  a  source  and  then 
passes  through  an  inhomogeneous  electrostatic  field  de- 
signed to  spatially  separate  the  two  energy  states  of  the 
inversion  spectrum,  just  as  a  Stern-Gerlach  magnet  sepa- 
rates magnetic  states  of  atoms  in  the  magnetic  resonance 
method.  The  electrostatic  state  separator  applies  a  radially 
outward  force  to  molecules  in  the  lower  inversion  state,  but 
a  radially  inward  force  on  the  upper  energy  state  molecules. 
The  upper-state  molecules  are  thus  focused  into  a  high-g 
cylindrical  microwave  cavity  tuned  to  the  resonance  fre- 
quency for  the  ammonia  inversion  transition  (7=3,  A:  =  3) 
at  23  870  MHz.  The  resulting  large  excess  population  of 
upper  energy  state  molecules  in  the  cavity  is  then  favorable 
for  stimulated  transitions  from  upper  to  lower  inversion 
states  with  an  accompanying  emission  of  an  RF  photon. 

Townes  was  able  to  get  a  sufficient  flux  of  molecules  into 
the  cavity  so  that  the  emitted  microwave  energy  exceeded 
the  losses  involved,  and  a  small  amount  of  excess  energy 
could  be  coupled  out  of  the  cavity  for  external  use.  Opera- 
tion of  the  maser  in  this  manner  as  an  oscillator  was  found 
to  require  a  flux  of  at  least  5  x  1012  molecules  per  second  per 
square  centimeter.  Figure  8  shows  the  physical  arrangement 
of  the  components  in  an  ammonia  maser,  modified  for 
operation  with  two  beams  to  reduce  Doppler  effects. 

Following  the  first  successful  operation  of  a  maser  in 
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1953,  J.  P.  Gordon,  H.  J.  Zeiger,  and  Townes  studied  in 
detail  the  characteristics  of  the  maser  oscillation  frequency 
and  found  rather  strong  dependencies  of  the  output  fre- 
quency upon  the  ammonia  source  pressure  and  the  voltage 
applied  to  the  electrostatic  focuser  [24  ].  The  strong  coupling 
between  the  ammonia  beam  and  the  resonant  cavity  also 
causes  the  output  frequency  to  depend  significantly  on  the 
tuning  of  the  cavity. 

In  spite  of  intensive  research  efforts  in  the  United  States, 
the  U.S.S.R.,  Japan,  Switzerland,  and  several  other  coun- 
tries during  the  next  few  years  to  develop  adequate  tech- 
niques for  controlling  the  critical  maser  parameters  and  for 
achieving  a  reproducible  frequency  from  one  maser  to 
another,  it  has  now  become  apparent  that,  except  possibly 
for  its  high  short-term  frequency  stability,  the  ammonia 
maser  cannot  compete  with  other  types  of  atomic  devices 
for  use  as  a  primary  or  secondary  frequency  standard.  Its 
importance  is  mainly  that  it  led  to  the  development  of  one 
of  the  present-day  leading  contenders  for  the  best  atomic 
frequency  standard — the  hydrogen  maser. 

Application  of  Basic  Techniques  to  the  Development 
of  Specific  Types  of  Atomic  Frequency  Standards 

Development  of  the  World's  First  "Atomic  Clock'" 

The  first  operational  complete  "atomic  clock"  system 
was  developed  at  the  National  Bureau  of  Standards  (NBS), 
Washington,  D.  C,  in  1948-1949  by  H  Lyons  and  his 
associates  [25].  This  system  consisted  basically  of  a  quartz 
crystal  oscillator,  electronically  stabilized  by  the  J=  3,  K=  3 
absorption  line  in  ammonia  at  23  870  MHz,  together  with 
suitable  frequency  dividers  for  driving  a  50-Hz  clock  from 
the  stabilized  oscillator.  This  historic  accomplishment  was 
the  culmination  of  many  years  of  experimental  interest  in 
the  absorption  spectrum  of  ammonia,  extending  back  to 
1933  and  the  remarkable  experiments  of  C.  E.  Cleeton  and 
N.  H.  Williams  in  which  they  were  able  to  observe  absorp- 
tion lines  in  ammonia  more  than  10  years  before  the  devel- 
opment of  most  microwave  equipment  and  techniques  [26]. 
Aided  by  the  rapid  development  of  microwave  techniques 
for  radar  applications  during  World  War  II,  B.  Bleaney  and 
R.  P.  Penrose  succeeded  in  observing  the  rotational  fine 
structure  of  ammonia  in  1946  [27].  About  this  time  R.  V. 
Pound  proposed  stabilizing  a  klystron  with  one  of  the 
ammonia  spectral  lines  [28].  This  was  accomplished  by 
W.  V.  Smith  et  al.  in  1947  [29]  and  shortly  thereafter  by 
W.  D.  Hershberger  and  L.  E.  Norton  at  RCA  [30]. 

The  NBS  system,  developed  specifically  for  use  as  a  fre- 
quency standard,  was  first  operated  on  August  12,  1948.  A 
photograph  of  this  first  "atomic  clock"  is  shown  in  Fig.  9. 
The  heart  of  the  system,  a  25-foot  long  waveguide  absorp- 
tion cell  filled  with  ammonia  at  a  pressure  of  1 0-1 5  microns, 
is  shown  wrapped  around  the  clock  mounted  on  top  of  the 
equipment  cabinets.  The  7=3,  K=3  absorption  line  ob- 
tained by  sweeping  the  excitation  frequency  through  the 
molecular  resonance  can  be  seen  displayed  on  the  oscillo- 
scope in  the  photograph.  A  block  diagram  of  the  complete 
atomic  clock  system  (in  a  somewhat  modified  form  from 
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Fig.  9.    Original  NBS  ammonia  clock  (courtesy  of  National  Bureau 
of  Standards,  Boulder,  Colo.). 

that  shown  in  Fig.  9)  is  presented  in  Fig.  10.  Two  versions 
of  the  NBS  ammonia  clock  were  built  with  demonstrated 
long-term  stabilities  of  1  x  10" 7  and  2x  10" 8.  Work  on  a 
third  version  was  eventually  halted  when  it  became  ap- 
parent that  atomic  beam  techniques  offered  more  promise 
for  frequency  standard  development. 

Development  of  Atomic  Beam  Standards  Utilizing  Cesium 
or  Thallium 

According  to  Hershberger  and  Norton  [30],  I.  I.  Rabi 
made  the  specific  suggestion  of  using  atomic  or  molecular 
transitions  in  an  atomic  clock  in  his  January,  1945  Richt- 
myer  lecture  before  the  American  Physical  Society.  Four 
and  one-half  years  later  a  program  was  initiated  at  the 
National  Bureau  of  Standards  to  develop  an  atomic  beam 
frequency  standard  utilizing  cesium,  which  would  hope- 
fully avoid  the  problems  of  collision  and  Doppler  broaden- 
ing encountered  in  the  ammonia  absorption  cell  work. 

The  NBS  group,  led  by  H.  Lyons  and  J.  Sherwood,  was 
able  to  obtain  the  services  of  Prof.  P.  Kusch  of  Columbia 
University  as  a  consultant  and  set  out  to  construct  a  machine 
using  Rabi's  magnetic  resonance  technique,  with  the  excita- 
tion radiation  at  9192  MHz  being  applied  to  the  cesium 
beam  over  a  1-cm  path  by  means  of  a  single  short-circuited 
section  of  X-band  waveguide.  At  the  1952  New  York  meet- 
ing of  the  American  Physical  Society,  J.  Sherwood  reported 
the  first  successful  observation  of  the  (/r=4,  mF  =  0) 
<^(F=3,  mF  =  0)  microwave  transition  [31  ].  A  photograph 
of  the  original  apparatus  involved  is  shown  in  Fig.  11. 
Shortly  thereafter,  this  apparatus  was  modified  for  opera- 
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Fig.  10.    Block  diagram  of  NBS  ammonia  clock  (courtesy  of  National  Bureau  of  Standards,  Boulder,  Colo.). 


Fig.  1 L.    First  operating  cesium  beam  frequency  standard — NBS  I 
(courtesy  of  National  Bureau  of  Standards,  Boulder,  Colo.). 

tion  with  the  Ramsey  technique  of  separated  oscillating 
fields.  Using  a  separation  of  50  cm,  a  Ramsey  resonance 
was  observed  with  a  line  Q  of  30  million,  which  corresponds 
to  a  linewidth  of  the  central  peak  of  the  Ramsey  resonance 
pattern  of  only  300  Hz  at  9192  MHz  [32].  Based  on  these 
results,  Lyons  predicted  an  eventual  accuracy  capability  of 
1  x  10" 10.  The  apparatus  was  soon  thereafter  disassembled 
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completely  and  moved  to  the  new  NBS  site  at  Boulder, 
Colo.,  where,  under  the  direction  of  R.  Mockler,  it  was 
eventually  reassembled  with  many  new  components  and  im- 
proved electronics  and  used  to  thoroughly  evaluate  the 
precision  and  accuracy  capabilities  of  cesium  beam  fre- 
quency standards  [33].  It  was  not  until  the  1958-1959 
period  that  this  first  cesium  beam  standard  was  used  to 
more  or  less  routinely  calibrate  the  frequencies  of  the  NBS 
working  standards. 

Meanwhile,  L.  Essen  and  his  associates  at  the  National 
Physical  Laboratory  (NPL)  in  Teddington,  England,  had 
placed  a  similar  cesium  beam  apparatus  with  a  Ramsey  line- 
width  of  340  Hz  and  an  accuracy  of  1  x  10"9  into  operation 
in  June,  1955  [34].  This  standard,  a  photograph  of  which  is 
shown  in  Fig.  12,  was  the  first  to  be  used  on  a  regular  basis 
for  the  calibration  of  secondary  working  frequency  stan- 
dards. Frequency  measurements  made  with  this  standard, 
averaged  over  the  1955-1958  period,  were  combined  with 
data  from  the  U.  S.  Naval  Observatory  to  obtain  a  determi- 
nation of  the  cesium  transition  frequency  (reduced  to  zero 
magnetic  field  conditions)  in  terms  of  the  astronomical  units 
of  time  interval  [35].  From  these  measurements  resulted 
the  now  familiar  cesium  frequency  of  9192.631770  MHz 
in  terms  of  the  Ephemeris  second.  More  recently,  in  1964, 
this  value  was  used  to  define  an  atomic  unit  of  time  interval. 
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Fig.  12.  Original  NPL  cesium  beam  frequency  standard — NPL  I 
(courtesy  of  National  Physical  Laboratory,  Teddington,  England — 
crown  copyright  reserved). 

Successful  operation  of  another  laboratory-type  cesium 
standard  was  reported  in  1958  by  S.  Kalra,  R.  Bailey,  and 
H.  Daams  at  the  National  Research  Council  (NRC)  in 
Ottawa,  Canada  [36].  They  achieved  a  Ramsey  linewidth 
of  290  Hz,  a  measurement  accuracy  of  better  than  1  x  10  "9, 
and  a  measurement  precision  of  1  x  10" 10.  During  the  next 
year  the  first  cesium  standard  at  the  Laboratoire  Suisse  de 
Recherches  Horlogeres  (LSRH)  in  Neuchatel,  Switzerland 
was  operated  by  J.  Bonanomi,  J.  de  Prins,  and  P.  Karta- 
schoff  [37]. 

In  the  case  of  all  these  early  cesium  beam  standards  de- 
veloped by  the  various  national  standards  laboratories,  the 
frequency  of  the  oscillator  providing  the  cesium  transition 
excitation  was  first  adjusted  manually  to  the  peak  of  the 
resonance  curve  and  then  compared  with  the  unknown  fre- 
quency to  be  measured.  Several  years  earlier,  however,  in 
1954,  J.  Zacharias,  J.  Yates,  and  R.  Haun  at  the  Massa- 
chusetts Institute  of  Technology  had  been  able  to  electroni- 
cally stabilize  the  frequency  of  a  quartz  oscillator  with  the 
(4, 0)<->(3, 0)  transition  in  cesium  [38].  By  choosing  the  time 
constants  of  the  servo-loop  properly,  it  was  possible  to 
combine  the  superior  short-term  stability  of  the  oscillator 
with  the  excellent  long-term  stability  of  the  atomic  reso- 
nance itself  in  order  to  achieve  optimum  overall  perfor- 
mance. The  authors  suggested  that  this  technique  together 
with  a  sealed-off  cesium  beam  tube  should  make  a  com- 
mercial cesium  standard  feasible. 

Building  upon  these  results,  R.  Daly  and  others  at  the 
National  Company,  Maiden,  Mass.,  developed  the  first 
commercial  cesium  beam  frequency  standard,  termed  the 
"Atomichron,"  in  1956  [39].  Utilizing  a  cesium  beam  tube 
about  6  feet  in  overall  length,  this  instrument  had  a  specified 
stability  after  one-hour  warmup  of  5  x  10" 10  for  measuring 
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periods  of  greater  than  5  seconds  for  the  life  of  the  instru- 
ment and  an  accuracy  of  1  x  10 "9.  These  specifications  were 
later  significantly  improved  as  more  experience  was  accu- 
mulated. A  photograph  of  one  of  the  early  Atomichrons  is 
shown  in  Fig.  13. 

The  relative  portability  of  the  Atomichron  made  it  possi- 
ble in  March,  1958  to  transport  two  of  these  instruments  to 
England  for  direct  comparisons  with  the  National  Physical 
Laboratory  cesium  standard  of  L.  Essen  [40].  The  results 
showed  that  the  two  Atomichrons  agreed  to  within 
1x10" 10  but  differed  from  the  NPL  standard  by 
2.2xl0~10.  The  measurement  uncertainties  were  con- 
sidered to  be  +  5  x  10" 1 1 .  The  relatively  close  agreement  ob- 
served, considering  the  state-of-the-art  at  that  time,  was 
even  more  remarkable  in  view  of  the  wide  differences  exist- 
ing in  terms  of  the  electronics  used,  the  beam  optics  em- 
ployed, and  the  general  construction  techniques  followed 
for  the  commercial  and  NPL  instruments. 

As  new,  improved  versions  of  cesium  standards  evolved 
in  the  various  laboratories  based  on  the  experiences  with  the 
early  instruments,  a  trend  developed  in  the  various  national 
standards  laboratories  toward  very  long  machines  with  the 
resulting  narrow  linewidths,  while  commercial  emphasis 
was  directed  more  toward  very  short  tubes  with  higher- 
efficiency  beam  optics,  high  reliability,  and  reduced  size, 
weight,  and  electrical  power  consumption. 

Long-beam  instruments,  employing  separations  between 
the  two  oscillating  field  regions  ranging  from  2.1  to  4.1 
meters,  were  constructed  at  NPL  in  1959  [41  ],  at  LSRH  in 
1960  [37],  at  NBS  in  1963  [42],  and  at  NRC  in  1965  [43]. 
As  a  result  of  the  long  interaction  times  between  the  beam 
and  the  RF  field,  extremely  narrow  resonance  linewidths 
have  been  achieved — as  low  as  20  Hz  in  the  LSRH  instru- 
ment. In  all  cases,  except  for  NPL,  servo  systems  have  been 
incorporated  in  order  to  stabilize  the  frequency  of  a  quartz 
oscillator  with  the  cesium  resonance.  Comparisons  among 
these  four  long-beam  standards  by  means  of  the  most  recent 
Hewlett-Packard  Company  "flying  clock"  experiment  [44] 
(using  cesium  standards)  indicate  agreement  to  within 
4  x  10" 12 .  The  best  precision  and  accuracy  figures  achieved 
to  date  with  cesium  standards  are  believed  to  be  ±2x  10-13 
(one  sigma  estimate  for  one-hour  averaging  time)  and 
±1.1  x  10" 12  (one  sigma  estimate),  respectively,  reported 
by  Beehler  et  al.,  for  the  NBS  standard  [45].  Detailed 
characteristics  and  performance  results  for  the  various  in- 
dividual standards  discussed  are  given  elsewhere,  in  the 
literature. 

Commercial  development  of  cesium  beam  standards  has 
proceeded  rapidly  since  1956  with  primary  contributions 
from  National  Company,  Varian  Associates,  Pickard  and 
Burns  Electronics,  and  Hewlett-Packard  Company.  Re- 
cently, the  first  non-U.  S.  commercial  cesium  standard  has 
been  introduced  by  Ebauches,  S.A.,  in  Switzerland.  These 
instruments  typically  weigh  about  60  pounds,  require  50 
watts  of  electrical  power,  use  solid-state  electronics  exten- 
sively, and  fit  into  about  9  inches  of  standard  rack  space 
[46],  [47].  Quoted  performance  characteristics  include 
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Fig.  1 3.    Early  model  of  National  Company  Atomichron 
(courtesy  of  National  Company,  Maiden,  Mass.). 

±1  x  10" 11  accuracy  [46],  +  1  x  10"  1 1  long-term  stability3 
[46],  and  11  000-hour  mean  time  between  failures  [48]. 
Considerable  progress  [49]  has  been  made  in  the  develop- 
ment of  a  highly  refined  27-inch  cesium  beam  tube  and 
associated  electronics  for  the  U.  S.  Air  Force  with  a  long- 
term  stability  specification  of  ±  5  x  10" 14. 

In  parallel  with  the  development  of  cesium  beam  devices, 
several  laboratories  have  also  constructed  atomic  beam 
standards  utilizing  thallium.  Prof.  P.  Kusch  first  pointed 
out  in  1957  that  thallium  should  have  significant  advantages 
over  cesium  in  an  atomic  beam  frequency  standard  in  terms 
of  its  higher  transition  frequency,  its  much-reduced  sensi- 
tivity to  external  magnetic  fields,  its  much  simpler  atomic 
spectrum  resulting  in  the  ability  to  utilize  a  higher  fraction 
of  the  atoms  comprising  the  beam  with  reduced  overlap 
effects  from  neighboring  transitions,  and  its  lower  vapor 
pressure  [50].  Disadvantages  pointed  out  were  the  greater 
difficulty  in  detecting  the  atomic  beam  and  the  requirement 
for  larger  deflecting  magnets. 

In  1962  J.  Bonanomi  was  successful  in  building  a  thallium 
atomic  beam  standard  at  Neuchatel  Observatory  in  Switzer- 
land [51  ].  A  resonance  linewidth  of  135  Hz,  corresponding 
to  a  line  Q  of  1.6  x  108,  was  obtained.  The  difficult  problem 
of  detecting  thallium  atoms  was  resolved  by  using  the  sur- 
face ionization  technique,  as  with  cesium,  but  with  an 
oxygenated  tungsten  detector  wire  to  increase  its  work  func- 
tion. In  assessing  the  accuracy  of  the  instrument,  Bonanomi 
concluded  that  all  contributions  to  inaccuracy  from  the 
beam  tube  itself  were  too  small  to  be  detected. 

A  few  months  later  another  thallium  standard  was  placed 
into  operation  by  R.  Beehler  and  D.  Glaze  at  the  National 

3  Total  drift  for  the  life  of  the  beam  tube. 
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Bureau  of  Standards  [52].  Experiments  there  also  con- 
firmed the  high  accuracy  potential  of  thallium  standards, 
indicating  that  for  similar-length  devices,  thallium  provides 
at  least  as  good  an  accuracy  figure  as  cesium. 

Much  more  recently,  R.  Lacey  at  Varian  Associates  has 
developed  a  small  (28-inch  length),  portable  thallium  beam 
tube  similar  to  the  sealed-off  commercial  cesium  beam 
tubes  [53].  This  tube  makes  use  of  a  heated  silver  tube  as  a 
controllable  oxygen  leak  for  continuous  oxidation  of  the 
tungsten  detector  ribbon.  A  novel  double-resonance  tech- 
nique, first  developed  for  thallium  by  J.  Bonanomi,  was  also 
used  by  Lacey  in  order  to  reduce  the  size  of  deflecting  mag- 
nets needed  by  making  use  of  atoms  which  are  in  states 
having  larger  magnetic  moments  while  in  the  A  and  B  de- 
flection magnet  regions  of  the  apparatus.  A  resonance  line- 
width  of  only  178  Hz  was  achieved  and  the  observed  signal- 
to-noise  ratio  implies  a  frequency  stability  of  less  than 
1x10" 11  for  one-second  averaging  times,  provided  that 
shot  noise  of  the  beam  is  the  limiting  factor. 

Development  of  Practical  Gas  Cell  Frequency  Standards 

The  successful  incorporation  of  the  double-resonance, 
optical  pumping,  and  optical  detection  techniques  into 
operating  frequency  standards  using  alkali  metals,  such  as 
sodium,  cesium,  and  rubidium,  was  achieved  by  a  number  of 
independent  laboratories  starting  in  1958.  In  that  year 
M.  Arditi  and  T.  Carver  at  the  International  Telephone  and 
Telegraph  Laboratories  [54]  and  W.  Bell  and  A.  Bloom  at 
Varian  Associates  [55]  first  used  the  optical  detection  tech- 
nique mentioned  earlier  to  observe  the  field-independent 
hyperfine  resonance  in  Na23.  The  former,  using  argon  and 
neon  buffer  gases,  obtained  a  linewidth  of  400  Hz  and  were 
able  to  measure  shifts  of  the  resonance  frequency  as  a  func- 
tion of  the  buffer  gas  pressure. 

About  the  same  time,  P.  Bender  (NBS),  E.  Beaty  (NBS), 
and  A.  Chi  (Naval  Research  Laboratory)  developed  a 
practical  cesium  gas  cell  standard  operating  on  the  same 
(4,  0)->(3,  0)  hyperfine  transition  used  in  the  cesium  atomic 
beam  standards  [56].  The  optical  pumping  radiation — the 
/4-*C  component  in  the  simplified  scheme  of  Fig.  6 — was 
obtained  from  an  argon  discharge  light  source  operated  in  a 
magnetic  field  of  5000  gauss  so  that  one  of  the  argon  emis- 
sion lines  was  Zeeman-shifted  to  a  frequency  near  that  of  the 
desired  A^C  component.  Resonance  linewidths  of  as  low 
as  40  Hz,  corresponding  to  a  Q  value  of  2  x  108,  were 
achieved  with  neon  and  helium  buffer  gases.  Extensive  data 
on  pressure  shifts  of  various  buffer  gases  with  cesium  were 
obtained  both  in  these  NBS  experiments  and  in  similar 
ones  conducted  by  Arditi  at  ITT  Labs  [57].  In  1959  Arditi 
reported  some  performance  results  of  his  cesium  gas  cell 
standard  [58],  including  a  short-term  stability  (several  sec- 
onds) of  +2xl0-10,  a  long-term  stability  (minutes  or 
hours)  of  ±  1  x  10" 10,  and  an  accuracy  of  +3-4x  10" 10. 

The  Rb87  hyperfine  resonance  had  been  used  in  gas  cell 
work  as  early  as  1957  by  T.  Carver  of  Princeton  University 
[59].  Utilizing  optical  pumping  to  increase  the  population 
difference  within  the  hyperfine  structure  of  the  rubidium 
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ground  state  but  detecting  the  microwave  transition  by  ob- 
serving the  microwave  absorption,  rather  than  the  optical 
transmission,  Carver  obtained  linewidths  of  approximately 
200  Hz  with  an  argon  buffer  gas.  Shortly  thereafter, 
P.  Bender  et  al.  at  the  National  Bureau  of  Standards  de- 
veloped a  new  technique  [60]  for  the  optical  pumping  of 
Rb87.  A  diagram  of  their  experimental  apparatus  is  shown 
in  Fig.  14.  The  innovation  here  was  the  method  used  to  ob- 
tain selective  pumping  from  only  one  of  the  hyperfine  levels 
of  the  ground  state  up  to  the  excited  state.  Light  from  a  ru- 
bidium spectral  lamp  was  filtered  by  a  mixture  of  Rb85  and 
5  cm  Hg  of  argon.  The  broadening  of  the  Rb85  absorption 
lines  produced  by  the  argon  in  the  filter  cell  caused  one  of 
the  absorption  lines  to  overlap  the  lower  frequency  com- 
ponent (Z?->C  in  Fig.  6)  of  the  Rb87  lamp  emitted  light. 
Therefore,  the  light  reaching  the  sample  cell  contained 
mainly  the  higher-frequency  component  (A-+C)  and  the 
optical  pumping  process  proceeded  efficiently.  This  filtering 
scheme  proved  so  effective  that  all  present  commercial  Rb 
gas  cell  standards  use  it.  With  the  apparatus  shown.  Bender 
et  al.  were  able  to  achieve  linewidths  of  only  20  Hz  for  Rb87 
(Q  =  2i  x  108).  They  also  reported  a  precision  of  5  x  10"  11 
in  setting  the  microwave  signal  frequency  on  the  center  of 
the  resonance  line. 

With  the  accumulation  of  extensive  data  on  cesium  and 
rubidium  gas  cell  standards  from  ITT  Laboratories,  NBS, 
Varian  Associates,  Space  Technology  Laboratories,  and 
NPL  (England),  among  others,  three  main  factors  which 
limited  gas  cell  performance  emerged.  The  first  is  the  nature 
and  density  of  the  particular  buffer  gas  used  in  the  cell. 
Frequency  shifts  were  found  to  be  directly  proportional  to 
buffer  gas  pressure  and  were  positive  for  light  gases  and 
negative  for  heavy  gases.  By  using  mixtures  of  positive  and 
negative  coefficient  buffer  gases  it  was  found  possible  to 
nearly  cancel  out  the  effect.  The  second  factor  is  the  linear 
dependence  of  the  frequency  on  the  temperature  of  the  gas 
cell.  This  effect  can  also  be  minimized  by  proper  mixtures 
and  pressures  of  buffer  gases  in  the  cell,  but  a  single  choice  of 
such  conditions  does  not  minimize  both  the  pressure  and 
temperature  shifts.  R.  Carpenter  et  al.  at  NBS  obtained 
temperature  coefficients  of  less  than  lxl0~"/DC  with 
rubidium  as  early  as  1960  [61].  Both  the  NBS  and  ITT 
Laboratories  groups  have  published  measured  tempera- 
ture and  pressure  shift  coefficients  for  a  variety  of  buffer 
gases  with  cesium  and  rubidium  systems  [61  ],  [62]. 

The  third  limitation  on  performance  is  an  observed  de- 
pendence of  the  frequency  on  the  intensity  of  the  optical 
pumping  light.  This  is  also  a  linear  shift  (at  least  for  low 
buffer  gas  densities)  and  is  reduced  by  operating  at  relatively 
high  buffer  gas  pressures  and  gas  cell  temperatures.  A  num- 
ber of  other  methods  have  been  proposed  to  reduce  this 
"light  shift"  and  at  present  manufacturers  of  commercial 
gas  cell  frequency  standards  are  still  devoting  much  effort 
to  this  problem.  Data  from  several  laboratories  show  that  if 
frequency  is  plotted  versus  cell  temperature  for  different 
light  intensities,  a  series  of  lines  result  which  converge  to  a 
single  frequency  that  agrees  within  experimental  uncer- 
tainties with  the  values  determined  by  atomic  beam  methods 
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Fig.  1 4.    Schematic  diagram  of  NBS  Rb87  gas  cell 
frequency  standard  [60]. 

(after  extrapolation  of  the  gas  cell  data  to  zero  magnetic 
field  and  zero  buffer  gas  pressure). 

Manufacturers  of  rubidium  gas  cell  standards,  such  as 
Varian  Associates  and  General  Technology  Corporation, 
have  been  able  to  select  and  control  the  important  param- 
eters well  enough  to  achieve  long-  and  short-term  stabilities 
of  1  x  10"  11  per  month  and  1  x  10~  11  for  one  second,  re- 
spectively, in  extremely  compact  packages  employing  solid- 
state  electronics  [63].  Because  of  the  frequency  dependence 
on  buffer  gas  the  device  must  be  calibrated  initially  with  re- 
spect to  a  primary  standard.  From  then  on,  however,  the 
gas  cell  performs  admirably  as  a  secondary  standard  with 
typical  stabilities  as  quoted  above. 

Development  of  the  Atomic  Hydrogen  Maser 

The  atomic  hydrogen  maser,  first  developed  at  Harvard 
University  in  1960  by  N.  Ramsey,  M.  Goldenberg,  and 
D.  Kleppner  [64],  was  an  outgrowth  of  several  of  the  basic 
techniques  discussed  earlier,  including  those  involving 
buffer  gases,  atomic  beam  experiments  with  stored  atoms, 
and  ammonia  maser  principles.  Maser  action  had  not  been 
achieved  previously  with  gaseous  atoms  in  the  ground  state, 
primarily  because  of  the  much  smaller  values  of  the  relevant 
magnetic  dipole  matrix  elements  as  compared  to  the  electric 
dipole  matrix  elements  characterizing  molecular  transitions 
such  as  the  J=  3,  K=3>  resonance  used  in  ammonia  masers. 
This  difficulty  was  overcome  in  the  atomic  hydrogen  maser 
by  using  a  "storage  bulb"  with  a  non-disorienting  wall  coat- 
ing in  order  to  achieve  very  long  effective  interaction  times 
of  the  order  of  one  second. 

The  hydrogen  maser  developed  at  Harvard  combined  in  a 
single  device  several  outstanding  advantages  previously 
offered  in  part  by  a  number  of  different  types  of  atomic  fre- 
quency standards.  For  example,  an  extremely  narrow  line- 
width  of  about  1  Hz  results  from  the  long  interaction  time. 
The  spectral  line  is  of  very  high  purity  in  contrast  to  the 
complex  structure  of  the  ammonia  line.  Shifts  due  to  first- 
order  Doppler  effect  are  essentially  eliminated  by  virtue  of 
the  averaging  process  as  the  typical  atom  makes  about  104 
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random  bounces  off  the  storage  bulb  walls  before  under- 
going magnetic  relaxation  from  the  desired  energy  state  or 
escapes  from  the  bulb.  Finally,  the  high  signal-to-noise  ratio 
characteristic  of  the  maser  technique  helps  to  produce  the 
best  short-term  frequency  stability  yet  observed  with  any 
atomic  frequency  standard. 

A  schematic  diagram  of  Ramsey's  original  apparatus  is 
shown  in  Fig.  15.  Atomic  hydrogen  from  a  Wood's  dis- 
charge source  first  passes  through  a  state  separator,  just  as 
in  the  ammonia  maser.  However,  because  the  transition  of 
interest  in  hydrogen  is  a  magnetic  dipole  transition,  the  state 
separator  consists  of  a  hexapole  deflecting  magnet  rather 
than  an  electrostatic  version.  Atoms  in  the  higher  energy 
state  of  interest  (F=  1,  mF  =  0)  are  focused  into  the  quartz 
storage  bulb  as  indicated  by  the  dashed  lines,  while  the 
lower-state  atoms  (F=0,  mF  =  0)  aredefocused.  The  storage 
bulb  is  centered  within  a  cylindrical  resonant  cavity  tuned 
to  the  frequency  of  the  (1,  0)<->(0,  0)  hyperfine  transition  at 
1420  MHz.  While  bouncing  around  within  the  bulb  the 
atoms  radiate  to  the  lower  energy  state  and  eventually  leave 
the  bulb  through  the  entrance  aperture  after  about  a  second. 
With  the  paraffin  wall  coating  first  used,  at  least  104  colli- 
sions with  the  walls  could  occur  without  seriously  perturb- 
ing the  energy  states.  Teflon  coatings  have  been  found  to 
perform  even  better.  With  sufficient  beam  flux  (^4x  1012 
atoms  per  second)  and  high  enough  cavity  Q,  maser  oscilla- 
tion was  achieved.  Not  shown  in  Fig.  15  is  a  system  of 
Helmholz  coils  for  applying  a  small  dc  magnetic  field  to  the 
cavity  region,  corresponding  to  the  C  field  in  atomic  beam 
magnetic  resonance  devices.  A  photograph  of  this  first 
Harvard  hydrogen  maser  is  shown  in  Fig.  16. 

As  in  the  case  of  the  earlier  experiments  with  buffer  gases 
and  wall  coatings  mentioned  previously,  the  maser  oscilla- 
tion frequency  was  shown  both  experimentally  and  theoreti- 
cally [65]  to  depend  on  the  wall  coating  used.  Since  the 
collision  rate  is  an  important  factor,  the  "wall  shift"  de- 
pends on  the  bulb  size.  For  bulb  diameters  normally  used 
the  shift  amounts  to  a  few  parts  in  1011  but  appears  to  be 
stable  with  time.  Wall  shifts  have  been  measured  both  at 
Harvard  [66]  and  by  R.  Vessot  et  al.  of  Varian  Associates 
[67]  by  measuring  maser  frequency  for  different  sizes  of 
storage  bulbs. 

Work  on  hydrogen  masers  was  undertaken  at  Varian 
Associates  and  at  LSRH  in  Switzerland  in  1961.  C.  Menoud 
and  J.  Racine  at  LSRH  [68]  and  Vessot  and  Peters  at 
Varian  [69]  reported  successfully  operating  masers  in  1962. 
The  Varian  maser  has  been  commercially  available  for  sev- 
eral years  and  employs  many  refinements  developed  for 
commercial  applications,  such  as  elaborate  temperature 
control  of  the  resonant  cavity  to  reduce  cavity-pulling  fre- 
quency shifts  due  to  mistuning,  provision  for  effective  de- 
gaussing of  the  three-layer  magnetic  shielding,  use  of  oil- 
free  ion  pumps  to  reduce  the  possibility  of  contaminating 
the  wall  coating  and  changing  the  wall  shift,  and  control  of 
the  hydrogen  flux  by  a  temperature-controlled  palladium 
leak.  More  recently,  H.  Andresen  at  the  U.  S.  Army  Elec- 
tronics Command  (Ft.  Monmouth,  N.  J.)  has  developed  a 
servo  system  for  automatically  keeping  the  resonant  cavity 
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Fig.  16.    Ramsey's  first  hydrogen  maser  (courtesy  of  N.  Ramsey, 
Harvard  University,  Cambridge,  Mass.). 


tuned  to  the  frequency  of  the  atomic  resonance  [70]. 
Further  work  on  hydrogen  masers  is  currently  in  progress  at 
many  laboratories  throughout  the  world. 

For  a  summary  of  the  present  status  of  hydrogen  maser 
performance  results  the  reader  is  referred  to  the  article  by 
A.  McCoubrey  in  this  issue.  It  is  worth  noting,  however, 
that  maser  stabilities  of  1  x  10"  14  for  averaging  periods  in 
the  vicinity  of  30  minutes  and  absolute  inaccuracies  of  less 
than  1  x  1 0  "  1 2  have  already  been  achieved  [71].  Since  1 963, 
a  number  of  intercomparisons  have  been  made  between 
hydrogen  masers  and  cesium  beam  standards  involving 
equipment  and  personnel  from  five  different  laboratories  in 
the  U.  S.  and  one  in  Switzerland.  The  results  [45],  [71], 
with  one  exception  in  1963,  show  that  all  measured  values 
of  the  hydrogen  frequency  in  terms  of  cesium  (after  applica- 
tion of  appropriate  corrections  to  both  the  hydrogen  and 
cesium  raw  data)  agree  to  within  the  quoted  measurement 
uncertainties,  which  ranged  from  2  x  10"  11  to  1.2  x  10"  12. 

Conclusion 

An  attempt  has  been  made  to  at  least  touch  upon  the 
highlights  of  the  historical  development  of  the  better  known 
types  of  present  atomic  frequency  standards.  A  number  of 
other  types,  or  modifications  of  existing  types,  of  atomic 
standards  are  being  investigated  in  various  laboratories  and 
may  eventually  prove  superior  to  all  those  discussed  here. 
In  this  class  would  be  included  the  large-bulb  (60-inch 
diameter)  hydrogen  maser  now  under  construction  at 
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Harvard  University  for  reduction  of  wall  shifts  and  cavity- 
pulling  shifts,  the  rubidium  maser  with  its  extremely  high 
short-term  stability,  masers  using  other  atoms  with  optical 
pumping,  electric  resonance  molecular  beam  devices  operat- 
ing at  several  hundred  GHz,  and  possibly  even  lasers  if  the 
large  frequency  gap  between  RF  and  the  optical  region  can 
be  successfully  bridged.  In  view  of  the  large  amount  of 
effort  and  resources  being  put  into  the  development  of  im- 
proved atomic  frequency  standards  at  present  in  many 
countries  of  the  world  it  seems  likely  that  the  performance  of 
atomic  frequency  standards  will  continue  to  improve  rapidly 
in  the  foreseeable  future. 
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PRESSURE  SHIFT  AND  BROADENING  OF  METHANE  LINE  AT  3.39  ju  STUDIED  BY 
LASER-SATURATED  MOLECULAR  ABSORPTION* 


R.  L.  Barger  and  J.  L.  Hall 

Joint  Institute  for  Laboratory  Astrophysics,!  Boulder,  Colorado  80302 
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We  study  broadening  and  the  anomalously  small  shift  of  a  3.39-u  rotation-vibration 
line  of  methane  at  millitorr  pressures.  Saturation  by  the  laser  intracavity  field  allows 
investigation  of  the  very  sharp  natural  linewidth,  without  Doppler  broadening.  Two  la- 
sers were  independently  locked  to  this  transition  with  an  offset  of  less  than  ±1  kHz,  a 
reproducibility  of  ±1  x  lb11. 


By  the  use  of  laser  saturation  of  molecular  ab- 
sorption, we  have  obtained  at  3.39  fx  an  emission 
feature  in  laser  power  centered  on  a  methane  vi- 
bration-rotation line.  In  this  paper  we  report 
measurements  of  the  broadening  and  exceptional- 
ly low  shift  of  the  line  due  to  pressure,  tempera- 
ture, and  other  experimental  conditions,  and 
measurements  of  the  reproducibility  of  line  cen- 
ter. The  emission  feature  is  a  very  sharp  Lo- 
rentzian  line,  its  width  being  determined  by  col- 
lisional  and  interaction  time  effects.  In  this  pre- 
liminary work  we  have  obtained  widths  as  nar- 
row as  150  kHz  half -width  at  half -maximum  in- 
tensity, i.e.,  Au1/2/w  1  xio-9  (the  ultimate  at- 
tainable half-width,  as  would  be  determined  by 
the  radiative  lifetime,  is  &v1/2/v~  1  xlO-12).  We 
have  stabilized  to  the  line  center  with  a  repro- 
ducibility of  better  than  ±1  xlO-11.  This  repro- 
ducibility is  2.5  orders  of  magnitude  better  than 
that  of  the  primary  standard  of  length,  which  is 
defined  by  the  6057 -A  line  of  Kr86. 

Several  reviews  of  laser-stabilizing  methods 
are  available.1'2  For  a  discussion  of  laser-wave- 
length standard  accuracy  problems  the  reader  is 
referred  to  a  recent  paper  by  one  of  us  (J.L.H.).3 
Essentially  all  previous  absolute  methods  rely 
on  an  atomic  transition  as  the  fundamental  wave- 
length reference.  Molecules  are  attractive  as 
the  reference  on  several  counts.  First,  molecu- 
lar vibration-rotation  transitions  have  character- 
istically longer  radiative  lifetimes.  Second,  we 
deal  with  absorption  from  a  thermally  accessible 
state,  a  fact  which  will  be  an  important  aid  to  un- 
derstanding the  residual  effects  of  collisions. 
Third,  we  may  select  a  system  with  a  favorable 
branching  ratio  to  maximize  the  absorption  per 
unit  linewidth,  and  fourth,  as  mentioned  by 
many  workers,4  the  richness  of  molecular  spec- 
tra makes  more  likely  an  "accidental"  coinci- 
dence within  the  2-  or  3-ppm  tuning  range  of  the 
typical  laser.  By  now,  many  such  overlaps  are 
known.4*5 


The  CHi  absorption  of  the  3.39-/1  radiation  of 
the  helium-neon  laser  is  a  remarkably  happy 
case.5  It  is  a  transition  [P(7)  line  of  the  v3  band] 
which  starts  from  a  level  that  is  well  populated 
thermally  even  at  liquid-nitrogen  temperatures 
and  below.  The  natural  lifetime  is  estimated  to 
be  about  10  msec.7  The  absorption  coefficient 
is  very  large,  about  0.18  cm-1  Torr-1,7  so  that 
relatively  modest  laser  power  densities  are  re- 
quired to  obtain  usable  saturation.  The  transi- 
tion lies  about  100  MHz  blue  of  the  helium -neon 
line  center,7  but  one  can  pressure-shift  the  laser 
into  very  good  coincidence  with  the  methane  ab- 
sorption. See  Fig.  1(a).  In  addition,  the  high  he- 
lium pressure  (-12  Torr)  greatly  increases  the 
laser  homogeneous  width  and  thus  allows  single 
frequency  oscillation.  Even  at  these  pressures 
the  3. 39 -p.  laser  line  has  high  gain,  which  allows 
the  use  of  an  intracavity  gas  cell  to  obtain  high 
power  density  and  high  sensitivity  to  small  ab- 
sorption. Uehara,  Sakurai,  and  Shimoda8  have 
shown  that  this  methane  line  is  also  free  from 
Stark  shift.  Magnetic  interaction  with  the  earth's 
field  is  expected  to  produce  about  \  kHz  of  split- 
ting. Spin-rotation  interaction  may  be  of  the  or- 
der of  3  kHz. 

Our  work  is  based  on  the  synthesis  of  this  back- 
ground with  an  idea  of  Lee  and  Skolnick,9  who  re- 
ported saturation  of  the  absorption  of  pure  neon 
placed  within  the  cavity  of  a  He-Ne  oscillator. 
Their  point  is  that  the  absorption  profile  is  so 
sharp  that  a  Doppler  shift  is  generally  required 
to  bring  the  laser  frequency  into  resonance  with 
the  absorber.  As  the  laser  frequency  approaches 
the  natural  (molecular)  absorption  frequency,  ab- 
sorbers with  smaller  longitudinal  velocities  are 
involved.  Ultimately,  at  line  center,  both  coun- 
ter-running cavity  waves  interact  with  the  same 
zero-longitudinal-velocity  subgroup.  For  suit- 
ably large  cavity  power  density,  this  doubled  in- 
teraction rate  will  reduce  the  actual  number  of 
resonant  absorbers  and  thus  give  rise  to  an 
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FIG.  1.  (a)  Output  power  versus  laser-cavity  honing. 
Only  the  upper  20%  of  the  1-mW  output  is  displayed  in 
the  full  ten  divisions.  The  horizontal  axis  is  calibrat- 
ed as  28  MHz/div  by  the  cusps  where  the  order  of  the 
interferometer  changes  by  1  and  the  frequency  jumps 
by  200  MHz.  The  saturated  absorption  peak  is  about 
2%  amplitude  and  400  kHz  wide,  and  is  nicely  centered 
on  the  Ne20  Doppler  gain  curve,  (b)  Upper  trace  is 
output  power  versus  cavity  tuning,  similar  to  (a) 
except  here  the  scale  is  2  MHz/div.  Lower  trace  (or- 
dinate is  the  "optical"  oscillation  frequency  (beat  fre- 
quency against  a  local  oscillator  laser)  versus  the 
same  cavity  sweep  as  the  upper  trace.  The  frequency 
"hangup"  occurs  as  the  oscillation  frequency  is  strong- 
ly pulled  by  the  methane's  rapidly  varying  phase  shift. 

"emission"  feature  precisely  at  line  center.  It 
is  important  to  note  that  even  if  the  two  running 
waves  are  of  unequal  intensity,  there  is  no  sys- 
tematic shift  of  line  center,  assuming  the  cell  to 
be  isothermal.  The  line  width  of  the  interaction 
is  seen  to  be  the  homogeneous  width  due  to  col- 
lisions, natural  decay  rate,  intensity  broadening, 
Stark  and  Zeeman  broadening,  etc.  For  very  fa- 
vorable absorber  systems,  nearly  free  from  the 
above-mentioned  sources  of  broadening,  one 
may  observe  the  linewidth  anticipated  on  the  ba- 
sis of  the  finite  interaction  time.  This  time 
should  scale  proportional  to  the  laser  spot  size 
and  inversely  with  the  thermal  velocity  of  the  ab- 
sorber molecules.  In  the  experiments  to  be  de- 
scribed, the  corresponding  partial  linewidth  is 
in  the  neighborhood  of  100  kHz  half -width  at  half- 
maximum  (1*109). 

Experiment.  —Since  much  of  our  success  in 
these  measurements  is  directly  due  to  the  novel 


experimental  techniques  employed,  it  may  be  of 
interest  briefly  to  summarize  the  salient  fea- 
tures of  the  apparatus.  To  minimize  environ- 
mental disturbances,  all  experiments  have  been 
carried  out  in  an  isolated  underground  labora- 
tory (vault).  The  three  lasers,  Nos.  1  and  3 
with  and  No.  2  without  methane  cells,  and  the 
methane-gas  handling  system  are  mounted  on  a 
3-ton,  4-ftxl2-ft,  cast -iron- surface  table.  The 
cavities  of  lasers  Nos.  1  and  3  are  about  60  cm 
long.  They  are  spaced  with  three  fused -silica 
rods,  19  mm  in  diameter,  which  are  cemented 
into  lightweight  aluminum  plates  with  an  acousti- 
cally lossy  epoxy.  The  cavity  is  divided  roughly 
equally  between  the  rf  excited  helium -neon  gain 
cell  and  the  methane  absorption  cell.  Power  den- 
sities up  to  2  {  W/cma  are  obtained  in  the  meth- 
ane cell.  Mirrors  are  scanned  with  electrostric- 
tive  crystals  to  give  frequency  modulation  at  fre- 
quencies up  to  10  kHz.  With  methane  inside  the 
canity,  the  phase  shift  accompanying  the  extreme- 
ly sharp  absorption  slows  the  cavity  tuning  rate 
at  line  center  by  a  factor  of  about  3.  See  Fig. 
1(b).  Thus  to  obtain  a  proper  line  shape  we 
must  program  the  scan  over  the  line  as  a  fre- 
quency input  rather  than  a  cavity-tuning  input. 

Excellent  automatic  frequency  locks  are  ob- 
tained with  specially  designed  high -stability  ser- 
vo systems.  We  lock  laser  No.  1  to  line  center 
(zero-slope  point)  by  using  the  central  zero  of 
the  first  derivative  with  respect  to  frequency  of 
the  laser  power.  Using  laser  No.  2  as  a  local  os- 
cillator, we  obtain  beat  frequencies  between  la- 
sers Nos.  1  and  2  and  between  lasers  Nos.  2  and 
3.  Signals  proportional  to  beat  frequency  are  ob- 
tained with  linear  frequency-to-voltage  convert- 
ers and  fed  into  the  servos  to  perform  the  locks. 
We  call  this  technique  "frequency-offset  locking." 
With  the  No.  1-No.  2  frequency-offset  lock  held 
constant  at,  say,  5000.0  kHz,  the  frequency  of 
the  No.  2 -No.  3  can  be  varied  from  i  to  about  15 
MHz  to  scan  over  the  methane  line  of  the  No.  3 
laser.  Frequency-offset  locking  yields  beat  fre- 
quencies with  about  ±50-Hz  fluctuations  for  a  fo- 
sec  averaging  time.  The  line -center  lock  has  to- 
tal frequency  excursions  of  about  1  kHz .  Thus, 
with  the  "frequency-offset  locking"  technique, 
stability  can  be  transferred  from  one  laser  to 
another  with  almost  no  loss  of  precision.10  (The 
average  offset  frequencies  drift  by  less  than  1 
kHz  A-) 

Data  have  been  taken  in  the  form  of  X-Y  plots 
of  the  derivative  with  respect  to  frequency  of  la- 
ser No.  3's  output  power.  Some  representative 
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first-derivative  line  shapes  are  shown  in  Fig.  2. 
The  modulation  used,  50-kHz  peak-to-peak,  is 
small  enough  that  no  important  correction  for  fi- 
nite modulation  width  is  required.  The  linewidth 
was  measured  at  15  methane  pressures  between 
0.02  and  48  mTorr.  In  another  set  of  experi- 
ments at  a  constant  13-mTorr  methane  pressure, 
xenon  was  used  as  the  pressure -broadening 
agent.  Xenon  pressure  ranged  from  0  to  88 
mTorr.  The  resulting  line  shapes,  similar  to 
those  of  Fig.  2,  are  all  accurately  described  by 
the  Lorentz  derivative  function.  The  broadening 
results  may  be  well  expressed  by  the  following 
(least-squares  fitted)  linear  relation 

Ai/,  =  150  kHz +(13.9  ±0.4  kHz/mTorr)  xp 

+  (16.3  ±0.6  kHz/mTorr)  xp  . 

CH4 

Here  Ai/1/2  is  the  half-width  at  half-maximum  in- 
tensity of  the  Lorentz  power  signal.  This  half- 
width,  according  to  the  arguments  given  by  Ben- 
nett,11 corresponds  approximately  to  twice  the 
half -width  of  each  Lorentz  hole.  Thus  for  pure 
CH4  self -broadening  we  report  8.1  ±  0.3  kHz/ 
mTorr  as  the  "phase-memory"  linewidth  T2  (r2 
=  \/vT2  in  the  usual  resonance  jargon,  T2  being 
the  polarization  coherent  relaxation  time). 
Gerritsen  and  Ahmed12  report  the  slope  of  the 


absorption  linewidth  versus  pressure  to  be  7.4 
±0.5  kHz/mTorr  for  pure  methane.  The  small 
difference  between  these  two  results,  0.7  ±0.8 
kHz/mTorr,  may  well  arise  from  a  small  error 
in  absolute  calibration  of  the  pressure  measure- 
ment. (Our  measurements  were  made  with  a 
high-pressure  ion  gauge  calibrated  for  methane 
against  a  McCloud  gauge  using  a  capacitance  ma- 
nometer as  the  null  detector.)  However,  the 
sign  of  the  difference  is  not  inconsistent  with 
the  possibility  that  phase  and  frequency  shifts  of 
interest  to  us  can  arise  from  weaker  collisions 
than  those  which  affect  the  high-pressure  exper- 
iments of  Ref.  12.  It  will  be  very  interesting  for 
us  to  study  the  signal  size  (as  well  as  linewidth) 
as  a  function  of  saturation  parameter  and  pres- 
sure, since  we  should  be  able  to  determine  sep- 
arately the  rate  of  energy  loss,  Tlt  and  the  rate 
of  loss  of  phase  coherence,  T2. 

We  now  turn  to  the  interesting  question  of  the 
line  shift  with  pressure,  power,  and  other  exper- 
imental conditions,  that  is,  to  the  question  of  ac- 
curacy and  freedom  from  spurious  systematic 
frequency  offsets.  We  are  easily  able  to  mea- 
sure pressure -induced  broadening  as  reported 
above.  However  even  with  excellent  digital  data 
(similar  to  those  illustrated  in  Fig.  2)  and  com- 
puter line-shape  analysis,  we  are  not  yet  able 
reliably  to  measure  the  pressure-induced  shift 
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FIG.  2.  First  derivative  of  the  output  power  of  laser  No.  3  versus  offset-lock  frequency /3-/2.  The  several  curves 
are  labeled  by  the  CH4  (in  mTorr)  in  laser  No.  3.  Laser  No.  1  was  stabilized  to  the  center  of  its  methane  line. 
Laser  No.  2,  local  oscillator  for  both  optical -heterodyne  detectors,  was  stabilized  against  laser  No.  1  with  a 
2.9184-MHz  offset.  The  curves  are  very  accurately  described  by  the  Lorentz -derivative  function. 
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in  pure  CH,.  The  present  best  value  is  75  ±  150 
Hz/mTorr.  Thus  the  shift-to-width  ratio  for 
CH^-CH^  interaction  is  1:200  rather  than  the 
roughly  1:4  ratio  usually  obtained  for  Van  der 
Waals  interactions.  Our  result,  an  upper  limit, 
is  obviously  already  pleasant  in  connection  with 
wavelength-standards  applications  of  this  work. 
We  believe  this  remarkably  small  shift  can  be 
directly  understood  in  terms  of  the  high  symme- 
try of  the  methane  molecule,  the  beautifully  reg- 
ular spacing  of  the  relevant  rotational  energy 
levels,  and  the  low  kinetic  energy  of  the  colli- 
sion partners.  Interestingly  enough,  xenon  also 
gives  an  unmeasurable  shift,  29  ±  150  Hz/mTorr. 

To  develop  some  appreciation  of  the  accuracy 
of  the  lock-to-line  center,  we  have  looked  for  a 
frequency  difference  between  lasers  Nos.  1  and 
3  with  the  lasers  independently  line-center  locked. 
The  finite  slope  of  the  laser  power  curves  be- 
neath the  methane  peaks  contributed  less  than  \- 
kHz  offset.  For  methane  pressures  below  about 
10  mTorr,  we  observe  an  asymmetric  power 
broadening.13  This  disappears  for  low  power 
density  (below  ~{  W/cm2),  where  adequate  sig- 
nal-to-noise ratio  is  still  obtained.  Shift  of  the 
zero-slope  point  is  about  1  kHz  at  a  power  den- 
sity of  1  W/cm2.  Thus,  we  have  extrapolated  to 
the  limit  of  low  power  for  various  methane  pres- 
sures. We  find  no  frequency  difference  to  within 
our  experimental  uncertainties  of  ±1  kHz  be- 
tween the  two  independently  locked  methane  sat- 
urated-absorber systems.  This  demonstrated 
reproducibility  of  ±1  part  in  1011  is  better  by  2.5 
orders  of  magnitude  than  the  present  primary 
standard  of  length,  and  to  our  knowledge  is  2  or- 
ders of  magnitude  better  than  any  figure  previ- 
ously reported  for  wavelength  reproducibility.14 

Some  early  experiments  with  two  separated  in- 
teraction regions  ("Ramsey  two-cavity  method") 
were  partially  successful  in  demonstrating  the 
expected  interference  effects  at  very  low  pres- 
sures, but  the  relative  phase  of  the  excitation  in 
the  two  interaction  zones  could  not  be  adequately 
controlled  in  those  first  experiments.  Probably 
the  two  most  interesting  directions  for  further 
immediate  progress  are  the  following:  (a)  to  en- 
large the  beam  diameter  in  the  interaction  re- 
gion and  to  refrigerate  the  methane,  both  of 
which  sharpen  the  resonance,  and  (b)  to  build  a 
ratio-type  experiment  outside  the  laser  cavity. 
Our  interesting,  but  still  preliminary,  results 
on  the  second  approach  will  be  reported  at  a  lat- 
er time.  In  addition  to  the  interest  as  a  poten- 
tial wavelength  standard,  these  techniques  should 
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allow  study  of  gas-phase  collision  effects  with  a 
sensitivity  never  before  available. 

The  authors  are  happy  to  express  their  appre- 
ciation to  their  colleagues  R.  N.  Zare  and  P.  L. 
Bender  for  their  interest  and  their  useful  com- 
ments. One  of  us  (J.L.H.)  has  profited  greatly 
from  several  conversations  with  D.  W.  Halford 
on  frequency  standards  and  related  topics. 
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part  by  the  National  Bureau  of  Standards,  of  which  the 
authors  are  staff  members. 
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Conference  on  Quantum  Electronics,  Miami,  Florida, 
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standard  by  K.  Shimoda,  in  Conference  on  Precision 
Electro-Magnetic  Measurements,  Boulder,  1968,  U.  S. 
Atomic  Energy  Commission  Report  No.  CONF  66  0644 
(U.  S.  Government  Printing  Office,  Washington,  D.  C, 
1968). 
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1963,  edited  by  P.  Grivet  and  N.  Bloembergen  (Colum- 
bia University  Press,  N.Y.,  1964),  p.  581. 
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*"°These  techniques  will  be  reported  in  more  detail  at 
a  later  time. 
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International  Congress  of  Quantum  Electronics,  Paris, 
1963,  edited  by  P.  Grivet  and  N.  Bloembergen  (Colum- 
bia University  Press,  N.Y.,  1964),  p.  450. 

12H.  J.  Gerritsen  and  S.  A.  Ahmed,  Phys.  Letters  13, 
41  (1964). 

13These  very  interesting  changes  in  line  shape  at  high 
power  are  presently  being  investigated. 

14Our  "material"  fractional  linewidth  is  (within  a  fac- 
tor of  2  or  so)  equal  to  that  of  the  hydrogen  maser, 
the  present  standard  of  excellence  for  reproducibility. 
Our  cavity  Q  of  20x  106  is  about  50  times  higher  than 
that  of  a  "typical"  H  maser.  Our  measured  signal-to- 
noise  ratio  is  about  50  dB  in  a  1-Hz  bandwidth,  about 


the  same  as  the  H  maser.  However,  a  refrigerated 
photocell  and  a  He-Ne  optical  preamplifier  should 
each  add  about  10  dB.  The  higher  cavity  Q  will  re- 
quire greater  bandwidth  in  the  cavity  stabilizing  feed- 


back loop,  but  the  signal-to-noise  ratio  should  be  am- 
ple. With  a  methane  cell  of  four-times  larger  aper- 
ture, cooled  to  76°K,  we  should  closely  approximate 
the  H-maser  stability. 
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USE  OF  LASER-SATURATED  ABSORPTION  OF  METHANE  FOR 
LASER  FREQUENCY  STABILIZATION* 


R.  L.  Barger  and  J.  L.  Hall 
Joint  Institute  for  Laboratory  Astrophysics 
Boulder,  Colorado 


Using  laser  saturation  of  molecular  absorp- 
tion, we  have  obtained  at  3.39  u  an  emission  fea- 
ture in  laser  power  centered  on  a  methane  vibra- 
tion-rotation line  [P(7)  line  of  the    V3  band].l>2 
We  report  here  the  results  of  using  this  feature 
to  stabilize  laser  frequency.     The  width  of  this 
very  sharp  Lorentzian  line  is  determined  by  col- 
lisional  and  interaction  time  effects.  Methane 
collisional  self -broadening  is  measured  to  be 
8.1  +  0.3  kHz/m  Torr,  and  an  upper  limit  for  the 
exceptionally  low  self-induced  pressure  shift  is 
75  +  150  Hz/m  Torr.    We  have  obtained  widths  as 
narrow  as  150  kHz  halfwidth  at  half-maximum  in- 
tensity, i.e.  Av-^/2/v  ^  lxl0~9.     of  this,  about 
100  kHz  is  due  to  time  of  flight  across  the 
laser  beam;  the  remainder  is  due  to  power  broad- 
ening.    The  asymmetry  previously  observed^  in 
power  broadening  has  been  reduced  to  a  negligible 
level.     Beat  frequency  measurements  between  two 


independent,  dissimilar  methane  stabilized  lasers 
show  that  we  have  stabilized  laser  frequency  to 
line  center  with  a  reproducibility  of  better  than 
+  lxl0~H.     An  analysis  of  the  frequency  noise 
spectrum  is  given  in  the  figure. 
* 

Supported  in  part  by  NASA,  Advanced  Development 
Division,  Goddard  Space  Flight  Center, 
Greenbelt,  Md.  and  in  part  by  the  National 
Bureau  of  Standards,  of  which  the  authors  are 
staff  members. 

^of  the  University  of  Colorado  and  the  National 
Bureau  of  Standards. 

1.  J.  L.  Hall,  IEEE  J.  Quantum  Electron.  QE-4, 
638  (1968). 

2.  R.  L.  Barger  and  J.  L.  Hall,  Phys.  Rev. 
Letters  22,  A  (1969) . 
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UNCERTAINTY  BARS  ARE  la  LIMITS 


Mil 


10/xs    100/xs     1ms     10  ms    100ms      Is        10s      100  s 
SAMPLE  TIME  INTERVAL,  T 


1000s  10,000s 


Frequency  fluctuations  versus  sample  time  interval  of  (a)  Beat  between 
two  free  running  He-Ne  lasers  (upper  set  of  measurement  points), 
(b)  Beat  between  two  He-Ne  lasers,  each  independently  controlled  by  a 
methane  absorption  cell. (Lower  set  of  measurement  points). 

Plotted  is  the  Allan  variance.*  Number  of  samples  N  =  2;  ratio  of  dead 
time  plus  sample  time  to  sample  time  r  =  1;  bandwidth  B  >  1  MHz. 


»D.  Allan,  Proc.  IEEE  $k,  p.  221  (I966). 

Reprinted  from:  Proc.  of  the  23rd  Ann.  Symp.  on  Freq.  Cont.  (U.  S.  Army- 
Electronics  Command,  Ft.  Monmouth,  N.  J.,  May  6-8,  1969)  p.  306  (May  I969) 
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The  Atomic  Hydrogen  Maser 
Norman  F.  Ramsey  1 

The  atomic  hydrogen  maser  is  described.  In  this  device  hydrogen 
atoms  in  the  upper  hyperfine  state  are  focused  onto  the  entrance  aperture 
of  a  teflon  coated  quartz  bulb  in  which  the  atoms  are  stored  for  about  a 
second.  This  bulb  is  surrounded  by  a  cylindrical  radio-frequency  cavity. 
When  the  cavity  is  tuned  to  the  hyperfine  frequency  of  atomic  hydrogen, 
maser  radiation  is  produced.  Due  to  the  large  line  Q  resulting  from  the 
long  storage  time,  the  radiation  is  highly  stable  in  frequency.  Results  are 
given  of  theoretical  calculations  on  the  threshold  flux  of  atoms  required 
for  maser  oscillations,  on  the  various  relaxation  processes  that  limit  the 
effective  storage  time,  and  on  the  possible  sources  of  frequency  shifts  of 
the  maser.  Results  are  given  on  the  relative  stability  of  two  hydrogen 
masers.  Measurements  of  the  atomic  hyperfine  frequency  of  atomic 
hydrogen  and  deuterium  give  ah  =  1,420,405,751. 800±0.028  cps  and  AD= 
327,384,352.5±1.0  cps  on  the  A.l  time  scale  with  a  cs=9, 192,631,770.0  cps. 
The  method  by  which  the  deuterium  has  been  measured  depends  upon  the 
effect  of  a  deuterium  magnetic  resonance  transition  upon  the  intensity  of 
the  hydrogen  maser  oscillation  amplitude  when  a  mixture  of  hydrogen 
and  deuterium  is  used.  This  method  should  be  capable  of  extension  to  a 
number  of  different  atoms.  The  hydrogen  maser  apparatus  has  been  used 
to  measure  the  spin  exchange  collision  cross  section  between  atomic 
hydrogen  and  a  number  of  different  gases.  Results  of  some  of  these 
measurements  are  reported.  Measurements  of  the  dependence  of  the 
hydrogen  hyperfine  frequency  upon  a  strong  externally  applied  electro- 
static field  are  given. 

Metrologia,  Vol.  1,  No.  1,  7-15  (January  1965). 

Manuscript  received  October  24,  1964 


1  Lyman  Physics  Laboratory,  Harvard  University,  Cambridge,  Mass.  02138,  U.S.A. 

Automatic  Tuning  of  Hydrogen  Masers 
H.     Hellwig  and  E.  Pannaci 
Beam- intensity  modulation  based  on  varying  the  power 
of  the  hydrogen  RF-discharge  was  used  in  an  automatic  tuning 
system.     Two  hydrogen  masers  were  tuned  automatically  and 
simultaneously.     Their  beat  frequency  was  measured  to  have 
a  long-term  stability  of  3  x  10"-^ 

Proc.   IEEE,   Vol.  55,   No.  k,   551-552  (April  1967). 
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ON  THE  NATURAL  SHIFT  OF  A  RESONANCE  FREQUENCY 
NBS    TECHNICAL   NOTE  346 


Robert  Jc  Harrach 
National  Bureau  of  Standards,  Boulder,  Colorado 

September  29,  I966 

ABSTRACT 

The  natural  resonance  frequency  shift,  caused 

by  the  transition-inducing  radiation  field,  is  examined 

for  a  magnetic  dipole  transition  between  hyperfine 

structure  levels  in  the  ground  state  of  a  thallium  atom. 

A  calculation  predicts,  for  an  atomic  beam  experiment, 

10 

a  natural  shift  magnitude  of  1 .  4  parts  in  10       of  the  thallium 
resonance  frequency,  per  mW/Oe.    In  the  experiment, 
frequency  shifts  caused  by  overlap  of  neighboring  res- 
onances were  observed,  but  the  natural  shift  was  un- 
resolved, indicating  that  its  size  is  more  than  an  order  of 
magnitude  below  the  calculated  value.    Subsequently  it 
has  been  shown  that  the  natural  shift  was  inhibited  by  the 
particular  radiation  field  mode  used  in  the  experiment. 
When  the  theory  correctly  takes  this  mode  into  account, 
the  calculated  natural  frequency  shift  is  consistent  with 
the  experimental  results. 

Key  Words:    Atomic  Beam,   Frequency  Shift,   Radiation  Field, 
Resonance,  Thallium 
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The  Relative  Merits  of  Atomic  Frequency  Standards 


A.  O.  McCoubrey  1 

The  relative  merits  of  atomic  frequency  standards  based  upon 
resonances  in  hydrogen,  rubidium,  or  cesium  depend  upon  the  particular 
application  and  the  specific  requirement  for  each  of  several  performance 
factors  combined  with  physical  characteristics.  While  the  properties  of  an 
ideal  atomic  frequency  standard  may  be  established,  practical  instruments 
depart  from  the  ideal  as  the  result  of  compromises  in  the  apparatus 
design  and  construction.  The  resonance  line  sharpness  is  an  important 
factor  which  is  dependent  upon  the  apparatus ;  however,  others  may  have 
a  greater  influence  upon  the  essential  characteristics.  These  include 
instrumental  offsets  due  to  atomic  collisions  with  neighboring  atoms  or 
walls  and  magnetic  fields.  The  intensity  of  the  resonance  signal  is  also 
essential  in  the  determination  of  merit.  These  factors  are  discussed  in  rela- 
tionship to  hydrogen  maser  rubidium  gas  cell  and  cesium  beam  atomic 
frequency  standards  and  the  merits  of  each  are  compared.  The  possible 
merits  of  frequency  standards  based  upon  thallium  beams  are  also  dis- 
cussed; however,  a  lack  of  extensive  operating  experience  limits  the 
knowledge  in  this  case. 

Proc.  IEEE,  55,  No.  6,  805-814  (June  1967). 

Manuscript  received  March  31,  1967, 
1  Central  Research  Laboratory,  Varian  Associates,  Palo  Alto,  Calif.  94304,  U.S.A. 
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BARIUM  OXIDE  BEAM  TUBE  FREQUENCY  STANDARD 


Barium  oxide  beam  tube  frequency  standard,.  H.  Hellwig,  R.  McKnight, 
E.  Pannaci  and  G.  Wilson,  Proc.  22nd  Ann.  Symp.  on  Freq.  Contr. 
(U.  S.  Army  Electronics  Command,  Ft.  Monmouth,  New  Jersey,  April 
22-24,  1968),  529-538  (1968). 

In  a  paper  at  the  21st  Frequency  Control  Symposium  last  year  a 
barium  oxide  molecular  beam  tube  for  frequency  control  application  was 
proposed. 

Since  that  time  further  detailed  theoretical  investigations  have  been 
made  and  the  experimental  work  has  been  initiated.    An  experimental 
model  of  the  beam  tube  has  been  built  with  a  physical  size  of  21  -inch 
length  and  3 -inch  diameter.    Both  dimensions  could  be  reduced  signifi- 
cantly if  necessary.    Special  attention  was  paid  to  the  oven,  which  is  the 
main  technical  problem  for  a  practical  beam  tube.     The  oven  is  a  small 
iridium  tube  surrounded  by  a  triple  heat  shield,  and  heated  by  electron 
bombardment.    In  its  present  design  a  power  of  50  W  is  required  to  bring 
the  oven  to  its  operating  temperature  of  1500°C.    A  new  design  is  expected 
to  cut  the  necessary  power  in  half. 

The  design  of  the  beam  tube  and  its  characteristic  performance  data 
will  be  presented.    This  includes  a  discussion  of  the  properties  of  the 
beam  tube  elements,  the  electronic  system  and  the  beam  intensity,  and 
lifetime  expectations  of  the  tube.    The  theoretical  results  will  be  summa- 
rized by  stating  the  requirements  for  a  frequency  accuracy  of  better  than 
lO"^  with  respect  to  the  unperturbed  molecular  transition  frequency. 

The  barium  oxide  molecular  beam  tube,  currently  being  developed  in 
the  Electronic  Components  Laboratory,  is  expected  to  have  a  frequency 
accuracy  approaching  10~13  and,  in  addition,  to  be  small  in  size  and 
light  in  weight,  which  is  a  major  consideration  for  a  practical  device. 


2.  H.  Hellwig,  Proc.  21st  Annual  Symposium  on  Frequency  Control, 
1967,  p.  484. 
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ABSTRACT 


This  volume  is  a  collection  of  diagrams,  tables,  and  text 
material,  which  has  been  assembled  to  show  the  inter- 
relationships between  various  radio  frequency  measurements 
made  by  the  Institute  for  Basic  Standards  (IBS).    In  particular, 
the  measurements  are  those  which  lead  to  services  provided 
to  the  public  or  to  other  government  agencies.    These  services 
include  not  only  calibrations  made  for  fees,  but  the  broadcast 
services  of  the  four  NBS  radio  stations.    Measurements  made 
as  part  of  the  IBS  research  and  development  program  are  not 
included . 

The  information  included  is  designed  to  give  the  users 
and  potential  users  of  the  radio  frequency  services  a  clearer 
understanding  of  the  origins  of  the  measurement  output  of  IBS 
in  this  field. 


Keywords:    accuracy;  calibration  services;  measurements; 

measurement  techniques;  radio  frequency; 
uncertainties  of  measurement. 
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RADIO -FREQUENCY  MEASUREMENTS  IN  THE 
NBS  INSTITUTE  FOR  BASIC  STANDARDS 


Edited  by  Robert  S.  Powers 
and  Wilbert  F.  Snyder 

INTRODUCTION 

This  volume  is  being  published  to  give  users  of  the  National 
Bureau  of  Standards  calibration  services  at  radio  frequencies  a 
collection  of  information  about  the  uncertainties  given  in  Report  of 
Calibration.    It  is  a  collection  of  diagrams,  tables,  and  text  material 
which  shows  the  interrelationships  among  various  radio  frequency 
measurements  made  by  the  Institute  for  Basic  Standards  (IBS).  In 
particular,  the  measurements  are  those  which  lead  to  services  pro- 
vided to  the  public  or  to  other  government  agencies.    These  services 
include  not  only  calibrations  made  for  fees,  but  also  the  broadcast 
services  of  the  four  NBS  radio  stations.    Measurements  made  as  part 
of  the  IBS  research  and  development  program  are  not  included. 

It  is  hoped  that  this  information  will  give  the  users  and  potential 
users  of  the  radio-frequency  services  a  clearer  understanding  of  the 
origins  of  the  measurement  output  of  IBS  in  this  field. 

Generally,  the  sequence  of  measurements  which  leads  to  an  output 
calibration  or  other  service  is  shown  by  measurement  flow  charts. 
The  notations  of  these  charts  are  explained  on  page  5. 

Each  measurement  may  have  errors  arising  from  many  sources. 
Typical  values  of  these  errors  are  given  in  one  of  two  ways.  In  most 
cases,  known  or  suspected  sources  of  bias  error  are  listed  along  with 
typical  values  of  the  random  errors  (or  imprecision).  In  addition,  in 
many  instances,  Error  Flow  Diagrams  have  been  included  to  show 
more  explicitly  the  way  the  various  sources  of  uncertainty  enter  the 
measurement  chain. 

The  study  that  led  to  these  charts  and  tables  was  initiated  to  pro- 
vide the  management  of  the  Institute  and  its  divisions  with  a  fairly 
detailed  analysis  of  how  the  elements  of  the  NBS  part  of  the  national 
system  of  radio  measurements  relate  to  each  other.    This  was  to  help 
identify  those  parts  of  the  "NBS  subsystem  of  radio  measurement" 
which  could  make  the  greatest  contributions  to  improving  the  output  of 
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the  subsystem  as  a  whole,  if  given  the  limited  funds  that  are  available. 
The  principal  suggestion  arising  from  the  study  was  that  significant 
gains  in  the  overall  performance  of  the  IBS  system  could  result  from 
improvement  in  the  treatment  and  reporting  of  the  known  error  sources. 
At  this  time,  a  program  to  improve  the  reporting  of  uncertainties  is 
under  way. 

This  information  is  current  as  of  approximately  January,  1969. 
It  serves  to  update,   and  present  in  a  different  form,   some  of  the 
information  in  NBS  Technical  Note  262.* 

The  term  "error"  means  the  difference  between  the  value  actually 
measured  and  some  "true  value"  which  would  have  been  obtained  from  a 
hypothetical  "perfect"  experiment.**    The  term  "uncertainty"  refers  to 
the  range  within  which  the  metrologist  believes  the  actual  error,  as 
defined  above,   does  fall.    Thus,   an  error  does  have  a  particular  value, 
although  the  metrologist  does  not  know  that  value;  the  uncertainty  is  a 
range  of  values  specified  by  the  metrologist  to  indicate  his  best  knowl- 
edge about  the  likely  value  of  the  error. 

The  phrase  "bias  uncertainties"  has  been  used  rather  than  the  more 
commonly  used  "systematic  errors"  to  express  the  uncertainty  about  the 
sources  of  error  listed.    If  the  error  itself  could  be  evaluated,   a  cor- 
rection would  be  made.    The  phrase  "random  error"  is  used  to  repre- 
sent observed  deviations  of  measurements  from  the  mean  of  a  set  of 
measurements . 

In  perusing  these  pages,  the  reader  will  observe  that  the  values  for 
errors  are  sometimes  shown  with  plus  and  minus  signs  (±)  and  some- 
times without  the  signs.    There  is  no  significant  difference  between  the 
two  designations,   it  being  mostly  a  matter  of  personal  choice.  Pre- 
pared material  for  this  volume  came  from  a  number  of  sources,  and  no 
particular  effort  was  made  to  bring  the  use  of  plus  and  minus  signs  into 
uniformity.    To  do  so  would  have  required  extensive  redrafting  and  re- 
typing. 


*  NBS  Technical  Note  262,  Accuracy  in  measurements  and  calibrations 
1965,  edited  by  W.  A.  Wildhack,  R.  C.  Powell,  and  H.  L.  Mason,  issue 
June  15,  1965. 

**    The  concept  of  "true  value"  is  discussed  in  some  detail  by  Churchill 
Eisenhart  in  his  paper,  Realistic  evaluation  of  the  precision  and  accuracy 
of  instrument  calibrating  systems,   J.  Res.  NBS  67C,    1 6 1  (1963). 
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Bias  Uncertainties: 


The  uncertainties  shown  in  these  tables  are  typical  values  and  in 
general  may  vary  somewhat,  depending  on  the  range  of  frequency,  the 
magnitude  of  the  measurand  (the  quantity  being  measured),   or  the  nature 
of  the  particular  device  being  calibrated.    Sometimes  the  magnitude  is 
given  as  a  single  typical  value  and  sometimes  as  a  range  of  values.  More 
details  can  be  obtained  from  the  person(s)  listed  under  Personnel. 

Where  error  flow  diagrams  were  available,  they  were  used  in  place 
of  tables. 

Random  Errors: 

In  general,  the  number  given  for  the  random  error  represents  approx- 
imately three  times  the  estimated  standard  deviation  (3ct)  for  a  represen- 
tative set  of  measurements. 

Total  Uncertainty: 

The  total  uncertainty  figure  represents  the  sum  of  the  estimated  bias 
uncertainties  and  the  3a  random  errors.    Note  that  in  a  rather  large 
number  of  the  radio  frequency  measurements  the  random  errors  are 
quite  negligible  with  respect  to  the  bias  uncertainties.    The  terms  "limits 
of  uncertainty"  and  "limits  of  error"  are  often  used  interchangeably  with 
"total  uncertainty.  " 

Uncertainty  quoted  customer: 

The  uncertainty  quoted  to  the  customer  is  not  always  equal  to  the 
total  uncertainty  as  described  above.    It  is  sometimes  larger  due  to 
round-off,  and  sometimes  larger  to  include  an  additional  margin  of 
safety  in  the  estimate  of  possible  error.    Reporting  practice  is  tending 
more  and  more  toward  quoting  the  actual  number  obtained  as  above, 
rather  than  the  larger  figures. 

Notes: 

The  notes  include  information  and  comments  which  are  intended  to 
clarify  the  diagrams  and  charts  or  otherwise  help  the  reader  to  under- 
stand some  aspect  of  the  measurement. 
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References : 

The  lists  of  references  are  not  intended  to  be  complete, but  rather  to 
supply  the  reader  with  at  least  one  source  of  published  information  con- 
cerning the  measurement,  as  made  by  NBS.    Sometimes  no  such  sources 
are  available.    Where  references  are  given,  they  often  include  extensive 
bibliographies  on  the  subject  measurement.    Unpublished  information 
can  often  be  obtained  from  the  personnel  whose  names  are  listed. 
Personnel: 

The  name  of  the  person(s)  responsible  for  each  measurement  is 
given.  Anyone  requiring  more  detailed  information  about  any  of  the 
measurements  is  invited  to  write  to  the  appropriate  person  at 


or  telephone  (303)  447-1000  and  ask  for  the  person  named. 

These  names  are  also  listed  to  give  credit  to  those  who  helped  to 
prepare  the  charts  and  other  information  on  the  various  measurements. 


National  Bureau  of  Standards 
Institute  for  Basic  Standards 
Boulder,   Colorado  80302 


MEASUREMENT  REPRESENTATION 


The  Symbol  : 


Re  presents  : 


A  measurement  technique  or  device 


Meter 


U 


The  output  of  one  measurement  and  input  to  other  measurements  ,' 
e.g.,  a  calibrated   meter  having  uncertainty  u.  The  uncertainty 
is  expressed  either  as  a  percentage,  as  a  fraction,  or  as  a 
quantity  with  dimensions;  e.g.  "5%",  "3xl0"7"  ,   or  "lO/zsec". 
These  outputs  are  usually  available  to  NBS  customers. 


u 


A   measurement   output   available  to  NBS  customers. 


-O 


Meter 
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TIME  AND  FREQUENCY 
STANDARDS 


Calculated  Time  Scales 


AT  ( NBS)  ,  SAT ( NBS) ,  and  UTC(NBS) 

Nominal  Standard  Frequencies^ 
100,  1000,  5000  kc/UTC(NBS)       Clock  #8 


Daily 
Adjustments 


Intercomparison 
Data 


1  PPS 


Second 
|     Nominal  I  Pulse 

 E 

I       Per  UTC  (NBS) 

Second 

Ft.  Collins 

TV 

Comparison 


5  MHz 
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Time  and  Frequency  Standards 
Bias  Uncertainties: 


Source  of  Uncertainty  Fractional  Uncertainty 

Magnitude  of  H(x)     (3*— limits)  0.3  (parts  in  1012) 

Overlap  of  neighboring  transitions  1.  0 

Use  of  H(x)2      for  H2(x)  0.  1 
Distortion  arising  from  C -field 

nonuniformity  0.  5 

Cavity  mistuning  0.  1 
Uncertainty  in  magnitude  of  cavity  phase 

shift  3.  0 

Doppler  shifts  1.0 

Microwave  power  level  1.  0 

Spectral  purity  of  excitation  2.  0 
Second  harmonic  distortion  of  servo 

modulation  0.  5 

Miscellaneous  servo  system  effects  2.  0 

Multiplier  chain  transient  phase  shifts  1.0 

Random  Errors  (one  hour  averaging,  3^7—  ) :       0.  5 


Total  Uncertainty  (square  root  of  sum 

of  squares):  4.7 

Notes :    Error  sources  listed  here  contribute  to  the  uncertainty  in  determ- 
ining the  frequency  of  a  particular  atomic  state  separation  of  the  free 
cesium  atom.    The  fractional  uncertainty  is  given  as  3<t— limits  for 
statistically  determined  quantities  and  by  estimated  extreme  limits  for 
other  quantities. 

The  random  error  given  above  refers  to  the  random  variations  between 
successive  frequency  comparisons  (with  one  hour  averaging  time)  between 
the  NBS-III  cesium  beam  machine  and  another  highly  stable  oscillator.  The 
contribution  of  NBS-III  to  the  relative  fluctuation  between  the  pair  of  signals 
generated  can  be  identified  (approximately)  because  the  stability  of  the 
second  signal  generator  is  known  from  comparisons  with  still  other  oscillators. 

NBS-III  cannot  be  operated  continuously  --  the  NBS  time  scale  is  actually 
computed  from  the  data  obtained  by  daily  intercomparisons  between  NBS-III 
and  the  signals  from  five  sources  (two  crystal  and  three  cesium)  which  do 
operate  continuously.    Data  obtained  from  these  intercomparisons  may  be 


12 

(parts  in  10  ) 
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used  to  adjust  the  frequencies  of  the  five  working  sources,  when  neces- 
sary, as  shown  on  page  6. 

The  standard  signals  used  to  control  the  NBS  broadcast  stations  are 
generated  from  one  of  the  working  oscillators.    The  AT  (NBS)  time  scale 
is  derived  directly  from  the  frequency  of  the  cesium  atom,   as  realized 
by  NBS-III.    The  U  TC  (NBS)  scale  is  generated  from  a  signal  having  a 
frequency  offset  which  has  been  promulgated  by  the  Bureau  International 
de  l'Heure  to  make  the  time  scale  correspond  approximately  to  the  UT2 
time  scale. 

USNO  and  NBS  Time  Coordination 

On  1  October  1968  the  epochs  of  the  UTC  (NBS)  and  the  UTC  (USNO) 
time  scales  were  within  one  microsecond  of  each  other.    Since  there  was 
a  slight  rate  difference  between  the  master  clocks  at  these  two  institutions, 
this  time  coincidence  would  not  have  continued.    Hence,  the  USNO  and 
the  NBS  agreed  to  each  change  their  rates  by  nominally  half  the  difference 
on  1  October  1968,  and  from  thenceforth  coordinate  the  rates  so  that  the 
master  clock  at  the  USNO  and  the  master  clock  at  the  NBS  would  remain 
near  synchronous.    It  was  initially  felt  and  agreed  upon  that  the  time 
difference  could  be  kept  less  than  5  us. 

In  the  figure  (page  6),  the  abbreviation  "pps"  means  "pulses  per 
second. " 

Reference  t     R.  E.  Beehler  and  D.  J.  Glaze,   The  performance  and 
capability  of  cesium  beam  frequency  standards  at  the  National  Bureau 
of  Standards,  IEEE  Trans.  Instr.  Meas.,  IM- 15,  48  (1966). 

Personnel :    D.  Halford 
D.  W.  Allan 
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TIME  AND  FREQUENCY 
DISSEMINATION  -  WWVL 

19.9  or  20.5  and  20.0  kc/(sec-UTC) 
UTC  (NBS)  Time  Scale 


AT  BOULDER  : 


Horizontal 
Synchronizing 

Pulses 


▼ 

Telephone  Comparison 
with  Ft.  Collins  Counter 


AT  FT.  COLLINS  : 


<  f 

Telephone  Comparison 
with  Boulder  Counter 
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TIME  AND  FREQUENCY 
DISSEMINATION  -  WWVB 

60  kHz  SAT  (NBS)  Time  Scale 

AT  FT.  COLLINS: 


▼ 

To  WWV 
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TIME  AND  FREQUENCY 
DISSEMINATION- WW  V 

2.5,5,10,15,20  8  25  Mc/(sec-UTC) 
UTC  (NBS)  Time  Scale 


IOOkc/(sec-UTC)  to  WWVL 
for  Reference 
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TIME  AND  FREQUENCY 
DISSEMINATION-  WWVH 


2.5,  5,  10  8i  15  Mc/(sec-UTC) 
UTC  (NBS)  Time  Scale 
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Time  and  Frequency  Dissemination 


WWVL,  WWVB,  WWV,  and  WWVH: 

Bias  Uncertainties:    Since  the  signals  from  all  the  stations  are  controlled 
by  the  standards  in  Boulder,  as  shown  on  pages  7-10  ,     there  is  no  sig- 
nificant long-term  bias  in  the  phase  of  the  broadcast  signals  relative  to  the 
NBS  time  scales. 

Random  Errors:  The  phase  (time)  uncertainties  given  below  are  random 
fluctuations  due  to  weather-caused  changes  in  antenna  impedance  and  to 
operator  and  equipment  limitations. 


Station  Maximum  Phase  Error 

[re  SAT(NBS)  or  UTC(NBS)] 
(microseconds) 

WWVL  2.0 
WWVB  2.0 
WWV  5.0 

WWVH  10.0 


Total  Uncertainty:    Same  as  Random  Errors 

Note s :    Standard  time  and  frequency  signals  are  broadcast  from  four 
radio  stations  operated  by  the  National  Bureau  c£  Standards .     WWVL,  WWVB, 
and  WWV  are  located  near  Ft.  Collins,  Colorado;  WWVH  is  on  the  island 
of  Maui,  Hawaii.     For  detailed  description  of  the  information  available  on 
each  signal,   see  the  reference  below. 

The  unit  of  frequency,  Hz,  is  used  to  denote  one  cycle  per  second, 
where  the  second  is  that  defined  internationally  in  terms  of  a  transition  in 
cesium.     The  unit,    c/(sec  -UTC),  denotes  one  cycle  per  second  where  the 
second  is  derived  from  the  UTC(NBS)  time  scale. 

The  frequency  offset  from  the  internationally  defined  atomic  frequency 
required  to  generate  the  UTC(NBS)  time  scale  is  determined  annually  by  the 
Bureau  International    de  1'  Heure  (BIH)  in  Paris.    At  present  the  offset  is 
-300  parts  in  1010. 

SAT(NBS)  is  a  ^Stepped  Atomic  Time  scale  based  on  the  atomic  frequency 
with  periodic  retardations  to  approximate  UT-2. 

Time  synchronization  between  the  NBS  coordinated  time  scale  UTC(NBS) 
and  the  clocks  at  the  Ft.  Collins  transmitter  sites  is  checked  daily. 
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Reference:    NBS  Standard  Frequency  and  Time  Services,  Special  Pub.  236 
(1968).     (Revised  annually). 


Personnel:    P.  Viezbicke 


DIRECT  COMPARISON: 

In  addition  to  obtaining  time  information  from  the  broadcast  signals, 
one  can  also  make  direct  comparisons  between  the  NBS  clocks  at  Boulder 
and  a  portable  clock. 

Bias  Uncertainties:    See  Notes 

Random  Errors:   See  Notes 

Total  Uncertainty:   See  Notes 

Uncertainty  quoted  customer:    See  Notes 

Notes:    Comparison  between  AT(NBS)  and  the  customer  clock  can  be 

made  with  a  precision  of  about  1  n  sec.  and  an  accuracy  of  about  100  n  sec. 

Reference:    D.  W.  Allan,  R.  L.  Fey,  H.  E.  Machlan,  J.  A.  Barnes, 
An  ultraprecise  time  synchronization  system  designed  by  computer 
simulation,   Frequency  6_,   #1,    11  (1968). 

Personnel:    D.  W.  Allan 
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Cavity  Wavemeters 


100  MHz  -  90  GHz 


Bias  Uncertainties: 


Random  Errors: 


See  Error  Flow  Diagram,   page  11 


Total  Uncertainty: 


Uncertainty  quoted  customer: 


Notes :  None 

Reference:  C.  G.  Montgomery,  Techniques  of  microwave  measurements, 
Radiation  Laboratory  Series,  No.  11,  pp.  291-293  (1947). 

Personnel:    R.  E.  Larson 
C.  K.  S.  Miller 
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STABILITY  OF  STABLE    OSCILLATORS  AND  OTHER 
SIGNAL  SOURCES:  FREQUENCY,  PHASE, TIME ,  AND  AMPLITUDE  STABILITY 

Corrier  Frequency  :   0  Hz  -   12.4  GHz 

Frequency  Domain^  10" 6  Hz  -   I06h)z  Fourier  Frequency 

Time  Domain        :  IO"6s   -  I06  s  Time  Interval 


Signal  to  be  Measured 


Reference  Derived 
From  Stable  Standards 


Deviations 
at  Fourier 
Frequencies 
or  at  Ti mes  t; 


Stability 
of  Customers  Device 
(Frequency,  Phose,  Time, 
and  / or  Amplitude  ) 
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Stability  of  Stable  Oscillators  and  Other 
Signal  Sources:    Frequency,   Phase,  Time, 
and  Amplitude  Stability 

Carrier  Frequency:        0  P^z  -  12.  4  GHz 

Frequency  Domain:  10  Hz  -  10^  Hz  Fourier  Frequency 
Time  Domain:  10      s  -  10 ^  s  Time  Interval 

Bias  Uncertainties:      Less  than  3dB  typical,   to  as  low  as  0.  ldB 

Random  Errors:      Less  than  3  dB  typical,  to  as  low  as  0 .  1  dB 

Total  Uncertainty:      Less  than  5  dB  typical,   to  as  low  as  0.2dB 

Uncertainty  quoted  customer:     Same  as  Total  Uncertainty. 

Notes :     These  calibrations  can  be  performed  on  quartz  crystal 
oscillators,   atomic  frequency  standards,   signal  generators,  frequency 
synthesizers,  frequency  multiplier  chains,   frequency  dividers, 
amplifiers,  buffers,   phase  shifters,   and  in  general  any  device  which 
generates  or  processes  a  frequency,  phase,   or  time  signal.  Spectrum 
analysis  can  be  done  directly  at  Fourier  frequencies  f  greater  than 
1  hertz,  with  an  analyzer  bandwidth  as  narrow  as  1  hertz.    The  entire 
range  of  frequency  domain  stability  can  be  obtained  by  Fourier 
transformation  of  time  domain  data. 

References:     D.  W.  Allan,  Statistics  of  atomic  frequency  standards, 
Proc.  IEEE,   54,   221  (1966),  and  L.  S.  Cutler  and  C.  L.  Searle, 
Some  aspects  of  the  theory  and  measurement  of  frequency  fluctuations 
in  frequency  standards,   Proc.  IEEE,   54,   136  (1966). 

Personnel:        J.  H.  Shoaf 
D.  Halford 
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IMPROVEMENTS  IN  CESIUM  BEAM  FREQUENCY  STANDARDS  AT  THE 
NATIONAL  BUREAU  OF  STANDARDS  by  D.  J.  Glaze  and  J.  A.  Barnes, 
Time  and  Frequency  Division,  National  Bureau  of  Standards,  Boulder, 
Colorado,  U.S.A.  

The  National  Bureau  of  Standards  Frequency  Standard,  NBS-III,  a  cesium 
beam  with  a  3.  66  meter  interaction  region,  has  been  in  operation  since  1963.  The 
last  published  (1966)  accuracy  capability  for  NBS-III  was  1. 1  x  10" 12  ( 1  o  ).    With  this 
performance  NBS-III  was  used  in  the  measurement  of  the  frequency  of  the  hyperfine 
separation  of  hydrogen.    This  was,  and  is,  the  most  accurate  published  measurement 
of  any  physical  quantity.    A  number  of  improvements  are  being  made  in  NBS-IQ  to 
improve  its  accuracy  capability. 

In  early  1966  the  vacuum  system  was  modified  to  use  three  commercial  200 
liter  per  second  ion  pumps.    The  resulting  ultimate  pressure  was  improved  by  a  factor 
of  10  to  2  x  10" 8  torr. 

Several  new  solid  state,  broadband  frequency  multiplier  chains  have  been 
constructed  with  particular  attention  given  to  reduction  of  both  power- line  related 
sideband  levels  and  random  phase  noise  sideband  levels.    Reduction  of  the  random 
phase  noise  by  more  than  20  dB  compared  to  the  previous  state  of  the  art  has  been 
obtained  consistently.    One  of  these  frequency  multiplier  chains  is  presently  in  use  in 
the  9. 192  . . .  GHz  excitation  system. 

In  addition  a  solid  state  servo  system  has  been  employed  to  control  the  fre- 
quency of  the  5  MHz  slave  oscillator.  This  servo  system  and  the  new  frequency  mul- 
tiplier chain  have  improved  both  the  reliability  and  long  term  stability  of  NBS-III. 

Comparisons  were  made  between  NBS-III  and  one  of  the  commercial  cesium 
standards  in  the  NBS  Clock  Ensemble.    The  relative  fractional  frequency  stability  of 
a  (N  =2,    t  =  1  day,  T  =  7  days)  =  1  x  lO-1"^  was  observed  for  nine  weekly  compari- 
sons.   Presently  at  NBS  there  are  no  hydrogen  masers  or  thallium  beams  capable  of 
being  used  in  meaningful  measurements  against  NBS-III. 

The  long  term  frequency  accuracy  for  this  recently  improved  NBS-in  system 
has  not  been  evaluated  fully.    Due  to  the  improvements  in  both  electronics  systems  and 
evaluative  techniques,  however,  an  accuracy  of  5  x  10"     ( la  )  for  a  single  evaluative 
experiment  has  been  observed. 

Substantial  NBS  effort  is  being  expended  toward  improvement  of  the  accuracy 
and  figure  of  merit  (presently  10)  for  NBS-HI.    Improved  designs  and  associated  com- 
ponents for  new  beam  optics  have  been  completed,  and  the  modified  NBS-III  system 
will  be  designated  NBS- 5.    It  is  expected  to  be  in  operation  in  early  1970  and  to  exhibit 
a  figure  of  merit  in  excess  of  500. 

Reprinted  from: 
International  Union  of  Radio  Science  (U.  R.  S.  I.  ) 
XVIth  General  Assembly  Abstracts 
(Ottawa,  Canada- -August  18-28,   1969,  Commission  I/VII),  p.   8  (1969) 

Paper  to  be  published  in: 
Progress  in  Radio  Science  1966-1969 
Part  I,  Proc.   XVIth  General  Assembly  of  URSI,  Ottawa 
C.  E.  White,  Editor  (in  press) 
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A  COMPARISON  OF  TWO  INDEPENDENT 
ATOMIC  TIME  SCALES 
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A  Comparison  of  Two  Independent 
Atomic  Time  Scales* 

Although  the  use  of  atomic  beam  devices 
clearly  permits  the  measurement  of  time  in- 
tervals of  up  to  several  years  with  a  preci- 
sion which  is  100  times  better  than  that 
available  from  astronomical  measurements, 
the  problem  of  preserving  epoch  exists  if  it 
is  wished  to  replace  the  traditional  astronom- 
ical timekeeping  methods  by  quantum  elec- 
tronic techniques. 

Two  main  approaches  to  this  problem 
exist.  The  first  involves  securing  reliable 
nonintermittent  operation  of  an  atomic  fre- 
quency standard  with  clock-driving  quartz 
oscillators  locked  to  the  instrument  for  real- 
izing the  atomic  transition.  With  this  ap- 
proach, more  than  one  atomic  standard  is 
necessary  in  each  laboratory,  since  the  ex- 
pected lifetime  for  reliable  operation  of  a 
single  instrument  is  far  from  infinite. 

The  second,  less  expensive  method  re- 
quires intermittent  use  of  the  atomic  stand- 
ards to  calibrate  free-running  quartz  oscil- 
lators which  drive  clocks.  These  calibrations 
are  then  used  to  convert  indicated  quartz 
time  to  atomic  time.  The  accuracy  of  this 
method  depends  on,  among  other  things, 
how  often  the  calibrations  are  made.  One 
must  also  consider  possible  systematic 
errors  arising  from  the  possibility  that  the 
oscillators  exhibit  cyclic  frequency  varia- 
tions having  a  frequency  coinciding  with  the 
frequency  with  which  the  calibrations  were 
made.  This  type  of  error  could  arise,  for 
instance,  if  during  the  measuring  process  the 
loading  on  the  oscillator  changed  and  this  in 
turn  induced  a  change  in  the  frequency  at 
which  the  oscillator  was  operating.  This 
type  of  error  could  happen  also  if  frequency 
measurements  were  made  at  an  interval 
which  is  some  integral  multiple  of  24  hours. 
Ambient  temperatures  and  supply  voltages 
ordinarily  have  24-hour  periods.  Therefore, 
if  the  voltage  and  temperature  regulating 


circuits  of  the  oscillator  were  not  function- 
ing adequately  because  of  design  or  deterio- 
ration of  the  components,  a  systematic  error 
might  be  expected.  Such  a  mechanism  is 
known  to  have  affected  the  measurements 
reported  below  by  about  1  part  in  10". 
However,  some  quartz  oscillators  which  were 
designed  more  recently  than  those  used  in 
obtaining  data  for  this  paper  show  smaller 
accumulated  time  errors  due  to  diurnal  fre- 
quency variations  even  though  the  fre- 
quency measurement  schedule  was  main- 
tained on  a  daily  basis  over  a  period  of 
several  months. 

The  National  Bureau  of  Standards, 
Boulder,  Colo.,  has  assigned  atomic  times  to 
WWV  pulses  on  a  daily  basis  for  a  period  of 
over  four  years.  These  assignments  are  made 
using  daily  frequency  measurements  of 
WWV  based  on  the  United  States  Fre- 
quency Standard  assuming  an  atomic  sec- 
ond as  equivalent  to  9,192,631,770.000  .  .  . 
oscillations  of  a  source  resonant  with  the 
zero-field  hyperfine  level  spacing  of  Cs133. 
They  have  been  compared  to  similar  assign- 
ments made  by  the  U.  S.  Naval  Observatory, 
Washington,  D.  C,  according  to  their  A.l 
scale.1  The  variations  in  the  daily  differences 
in  times  as  assigned  by  the  Naval  Observa- 
tory and  by  NBS  are  plotted  in  Fig.  1. 

One  would  expect  that  over  a  period  of 
4  years  measuring  techniques  would  im- 
prove, causing  a  plot  such  as  Fig.  1  to  have 
smaller  variations;  and  systematic  errors 
would  be  found  and  eliminated,  causing  an 
approach  to  a  more  nearly  horizontal  line  as 
time  progresses.  The  latter  has  not  hap- 
pened, as  is  shown  in  Fig.  1.  Analysis  of  the 
data  seems  to  indicate  that,  although  the 
general  agreement  tends  to  be  within  one 
part  in  1010,  a  persistent  slope  of  about 


*  Received  December  7,  1962. 
1  "Time  Service  Notice,"  the  U.  S.  Naval  Ob- 
servatory, Washington,  D.  C.,  No.  6;  January  1,  1959. 
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Fig.  1 — Comparison  via  WWV  of  Naval  Observatory  A.l  atomic  time  scale  and  NBS  atomic  scale  constructed 
from  WWV  frequency  corrections.  Positive  slope  implies  Naval  Observatory  is  slow  or  NBS  is  fast. 


1958        1959  I960         1961  1962  1963 


EPOCH,  YEARS 

Fig.  2 — Comparison  of  Naval  Observatory  and  NBS  atomic  time  scales  after  removal  of  11.5  X10  10  discrepancy 


0.7  X10_'°  sec/sec  exists,  upon  which  is 
superimposed  irregular  fluctuations  whose 
significance,  if  any,  is  not  known.  These 
fluctuations  are  much  smaller  for  the  last 
part  of  the  curve  than  for  the  first. 

A  large  part  of  the  slope  is  probably 
caused  by  lack  of  agreement  among  labora- 
tories concerning  the  correction  which  is 
applied  to  the  nominal  frequency  output  of 
Atomichrons.  This  output  was  given  as 
9,192,631,840  cps  before  the  common  usage 
of  9,192,631,770  cps  as  the  zero-field  Cs  fre- 
quency. Therefore,  in  order  to  obtain  the 
operating  output  frequency  of  Atomichrons 
in  terms  of  the  presently  accepted  value  of 
the  Cs  frequency  a  correction  must  be  ap- 
plied. The  basic  correction  used  in  the  con- 
struction of  the  A.l  scale23  is  74.0X10-'°, 
while  some  laboratories,  e.g.,  Cruh,2A  use 
the  value  74.5  XIO"'0.  (NBS  also  used 
74.5X10-'°  prior  to  June  13,  1960,  when  the 
use  of  an  Atomichron  was  discontinued  and 
NBS  II  was  adopted  as  the  United  States 
Frequency  Standard.)  This  discrepancy  ac- 
counts for  most  of  the  slope  shown  in  Fig.  1. 
Fig.  2  shows  a  comparison  of  the  two  atomic 
time  scales  after  the  removal  of  the 
0.5X10"'°  sec/sec  discrepancy,  which  leaves 


2  W.  Markowitz  and  R.  G.  Hall.  "Frequency  Con- 
trol of  NBS  on  an  International  System  (I),"  V.  S 
Naval  Observatory,  Washington,  D.  C;  January  12, 
1951. 

3  R.  G.  Hall,  private  communication. 

4  "Cruft  Laboratory  Frequency  Comparison  Re- 
ports," Cruft  Lab.,  Harvard  University,  Cambridge, 
Mass.,  unpublished  reports. 


a  slope  of  only  about  2  X10-"  sec/sec  to  be 
attributed  to  systematic  errors. 

Two  clocks  diverging  at  the  rate  of 
2  X10-"  sec/sec  would  require  of  the  order 
of  100  years  before  their  relative  error  would 
be  as  large  as  the  error  now  present  in  the 
best  measurements  of  astronomical  time.5 

The  time  pulses  of  WWV  have  been  re- 
lated to  an  atomic  time  base  determined  bv 
the  United  States  Frequency  Standards  in 
Boulder  for  the  period  of  October  9,  1957,  to 
the  present,  in  addition  to  being  related  to 
the  Atomic  Time  Scale  A.l  of  the  Naval 
Observatory.  The  variations  of  these  pulses 
from  A.l  are  regularly  published  by  the 
Naval  Observatory.6  NBS  intends  to  pub- 
lish the  variations  of  WWV  pulses  relative 
to  the  NBS  Atomic  Time  Scale  in  the  near 
future. 

The  atithors  would  like  to  thank  F.  T. 
Woodbury,  who  assisted  in  checking  the 
machine  computations,  and  V.  Heaton,  who 
compiled  the  data  utilized  in  this  study. 
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On  the  Redefinition  of  the  Second  and  the 

Velocity  of  Light* 

G.  E.  HUDSONf,  and  W.  ATKINSONf 


Summary — This  summary  article  resulted  from  an  informal  dis- 
cussion period  held  during  the  International  Conference  on  Pre- 
cision Electromagnetic  Measurements,  August  14-17,  1962.  This 
session  was  presided  over  by  Prof.  Norman  Ramsey  of  Harvard 
University.  The  Radio  Standards  Laboratory  of  the  National  Bureau 
of  Standards  in  Boulder,  Colorado,  sponsored  the  meeting  along  with 
the  IRE  Professional  Group  on  Instrumentation  and  the  AIEE 
Instrumentation  Division.  Partial  support  for  the  conference  came 
from  a  grant  from  the  National  Science  Foundation. 

On  the  Redefinition  of  the  Second  and 
the  Velocity  of  Light 

AVERY  POPULAR  session  at  the  International 
Precision  Electromagnetic  Measurements  Con- 
L  ference  was  the  Thursday  night  meeting  called 
to  discuss  the  proposed  atomic  definition  of  the  second, 
and  methods  for  measuring  the  speed  of  light.  This  dis- 
cussion was  moderated  and  stimulated  by  Prof.  Ramsey, 
who  entertained  the  participants  throughout  the  two 
hour  meeting  with  remarks  such  as  his  invitation  to  the 
proponents  of  the  pendulum  clock  to  speak  up,  with  his 
diplomatic  attempts  at  quelling  various  semantic  de- 
bates, and  with  his  impartiality  in  requesting  the  advo- 
cates of  the  various  atomic  devices  to  speak  out  for  their 
systems. 

*  Received  November  5,  1962. 

t  Physics  Department,  New  York  University,  New  York,  N.  Y. 
j  Radio  Standards  Laboratory,  National  Bureau  of  Standards, 
Boulder,  Colo. 


After  Prof.  Ramsey's  opening  remarks,  the  first  part 
of  the  meeting  was  devoted  to  the  redefinition  of  the 
second.  Dr.  J.  M.  Richardson  gave  a  resume  of  the 
historical  developments  that  had  set  the  stage  for  the 
discussion.  The  International  Committee  of  Weights 
and  Measures  will  make,  in  1966,  a  recommendation  to 
adopt  a  definition  of  the  second  based  on  an  atomic  sys- 
tem. It  has  created  a  subcommittee,  the  Consultative 
Committee  for  the  Definition  of  the  Second  (CCDS)  to 
study  this  question.  During  the  evening,  numerous 
proponents  of  cesium,  thallium,  hydrogen,  ammonia, 
rotational  molecular  transitions,  and  optical  pumped 
devices  were  found  who  made  statements  about  the 
suitability  of  the  substances  or  techniques  for  redefining 
the  unit  of  time.  Among  them  were  several  members  of 
the  CCDS  subcommittee,  namely,  Drs.  Essen,  Mark- 
owitz,  De  Prins,  Bonanomi,  Henderson,  Mockler,  and 
Richardson.  The  consensus  was  that  it  seems  to  be  too 
early  to  consider  the  inadequacy  of  any  of  the  tech- 
niques presently  under  development.  Prof.  Ramsey 
summarized  the  information  expressed  in  a  few  remarks 
to  which  there  was  no  voiced  objection.  In  effect,  he 
said:  We  ought  to  stick  to  the  1966  date  for  defin- 
ing the  new  unit  of  time.  The  definition  ought  to  be  the 
best  that  can  be  determined  somewhat  before  that  date 
by  keeping  our  eyes  open  during  the  next  two  years  for 
what  will  prove  itself  to  be  the  best.  Cesium  is  a  good 
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horse  with  a  good  head  start  and  any  other  horse  must 
show  itself  to  be  a  really  first  rate  one.  There  are  some 
possibilities  but  no  certainties  that  it  will  be  overtaken. 

Should  some  standards  prove  to  be  better  than 
cesium  it  would  be  difficult  with  present  techniques  to 
effect  the  comparison  between  laboratories  that  would 
prove  this.  Dr.  De  Prins  noted  that  estimated  precisions 
obtained  in  a  single  laboratory  are  sometimes  in  parts  of 
1012— 1013  range,  but  comparisons  between  separate 
laboratories  are  reported  in  the  1010-10"  range.  There 
was  a  brief  description  of  statistical  difficulties  in  making 
intercomparisons.  Among  these  are  not  only  the  discon- 
tinuities in  data  due  to  gaps  in  reporting  by  the  several 
laboratories  studied,  but  also  the  observed  non-Gaus- 
sian nature  of  the  fluctuations  in  frequency  reported  by 
the  monitors.  As  a  result,  it  was  noted  that  atomic  time 
comparisons  have  some  advantage  over  frequency  com- 
parisons. However,  a  slide  presented  at  the  meeting  to 
give  a  comparison  of  atomic  times  assigned  to  WWV 
pulses  by  the  Naval  Observatory  and  by  the  NBS 
showed  over  a  four-year  period  a  discrepancy  that  aver- 
aged to  six  parts  in  1011  but  at  times  was  in  parts  in  1010 
range.  Dr.  Bender  expressed  the  opinion  that  the  need 
for  a  system  capable  of  comparing  time  scales  to  the 
l-/xsec  level  is  a  problem  that  needs  a  solution  before 
1966.  Dr.  Markowitz  indicated  that  there  was  hope  in 
using  the  Loran  C  modification  by  March  1963  be- 
tween the  European  and  North  American  continent  for 
this  purpose.  During  the  week  of  the  meeting,  it  was 
noted  that  a  radio  news  broadcast  told  of  the  satellite 
Telestar  making  such  intercomparisons. 

Concerning  the  multiplicity  of  time  scales,  it  may  be 
aoted  that  there  are  seven  types  of  time  for  scientific 
purposes.  One  can,  of  course,  have  several  scales  of  time 
such  as  a  civil  scale  and  a  scientific  scale  that  would  have 
the  same  unit  of  interval,  but  the  civil  scale  could  differ 
by  incorporating  discontinuities  in  it  similar  to  leap 
year. 

The  second  part  of  the  evening  discussion  was  con- 
cerned with  experiments  in  progress,  or  proposed,  for 
determining  the  speed  of  light.  Among  these  was  de- 
scribed a  microwave  interferometer  of  the  Michelson 
type  to  measure  50-kMc  waves  at  the  Boulder  labora- 
tories. Dr.  Boyne  of  the  NBS  in  Washington  analyzed 
a  novel  method  utilizing  an  optical  maser  as  a  source. 
Dr.  Essen  of  the  National  Physical  Laboratory  is  of  the 
opinion  that  their  determination  of  c  will  be  to  a  few 
parts  in  108. 

During  this  part  of  the  discussion,  Mr.  McNish  made 
the  point  that  present  light  speed  measurements  are  all 
less  accurate  than  length  and  time  interval  measure- 
ments. Dr.  Ramsey  also  stated  that  since  we  have  an 
MLT  system,  the  speed  of  light  must  slill  be  determined 
experimentally  even  though  it  is  a  theoretically  invari- 
ant constant.  In  response  to  an  expressed  interest  of  Dr. 
Richardson  as  to  just  what  are  the  present  theoretical 
limitations  in  concept  on  the  constancy  of  the  speed  of 
fight,  Dr.  Shimoda  noted  that  the  possibility  of  a  non- 


zero photon  rest  mass  resulting  in  dispersion  of  light 
seems  to  yield  a  figure  of  one  part  in  1016  as  an  interest- 
ing region  for  investigation. 

It  is  apparent  that  the  main  functions  and  results  of 
these  discussions  were  to  raise  and  pose  more  questions 
than  could  be  considered  in  detail  in  such  a  meeting. 
Some  remarks  of  especial  interest  to  the  writers  indi- 
cated a  grave  concern  for  the  limitations  which  our 
present  relativistic  notions  of  space  and  time  place  on 
the  definition  of  a  standard  clock,  dissemination  of  time 
information  over  the  earth,  and  the  concept  of  the  uni- 
versal constancy  of  the  phase  speed  of  light.  In  fact,  in 
his  opening  remarks,  Dr.  Richardson  had  expressed  the 
thought  that  it  would  be  wise  to  state  in  the  report  of 
the  CCDS  experimental  limits  to  support  the  idea  that 
what  we  call  time,  or  more  appropriately  proper  time, 
is  in  reality  a  single  simple  concept.  We  wish  to  add 
here  a  few  comments  on  these  questions  and  shall  de- 
velop them  at  length  in  a  later  analysis. 

We  maintain  the  point  of  view  of  the  theory  of 
relativity  and  hold  that  time  and  space  are  relative 
concepts  and  the  presence  of  gravitational  fields  is  a 
manifestation  of  the  curvature  of  space  time.  It  is  ordi- 
narily asserted  that  a  standard  clock  in  an  inertial  frame 
of  reference  will  record  the  proper  time.  The  proper  time 
intervals  generated  by  two  clocks  in  relative  motion  in 
different  inertial  frames  are  related  by  a  Lorentz  trans- 
formation. However,  one  should  note  that  it  is  not  pos- 
sible to  realize  ideally  the  requirement  that  all  parts  of 
an  atomic  time  standard  should  operate  in  a  single 
inertial  frame  of  reference.  Consequently,  studies  should 
be  made  of  the  effect  of  departures  of  a  clock  from  an 
ideal  device.  One  should  then  be  able  to  correct  the 
standard  unit  generated  by  an  operating  device  to  ideal 
field-free  conditions.  Present  estimates,  for  example, 
indicate  that  the  elastic  distortions  produced  by  opera- 
tion in  a  reference  frame  on  the  earth's  surface  yield 
negligibly  small  effects.  We  feel  at  present  that  the  main 
contribution  of  such  studies  will  lead  to  conceptual  clari- 
fication rather  than  to  significant  numerical  corrections 
for  some  time  to  come. 

Concerning  the  speed  of  light,  one  should  carefully 
distinguish  between  the  coordinate  speed  which  can  de- 
part quite  widely  from  the  value  c  and  the  speed  as 
measured  locally  in  proper  units  in  an  inertial  frame  of 
reference.  The  latter  speed  is  always  c.  Any  deviation 
from  this  using  proper  time  and  length  units  would  be 
remarkable.  Because  t he  curvature  of  space  time  near 
gravitating  masses  produces  an  unavoidable  distortion 
of  our  coordinate  systems  over  an  extended  region,  one 
can  observe  coordinate  deviations  of  the  speed  of  light. 
This  should  be  interpreted  as  reflecting  a  change  in  local 
coordinate  scale  units  and  not  in  the  proper  light  speed. 
The  magnitude  of  such  an  effect  on  our  coordinate  scale 
units  due  to  a  difference  in  gravitational  potential  can 
be  as  much  as  one  or  two  parts  in  109  near  the  earth. 

To  describe,  convert,  and  compare  happenings  at 
large  distances  and  different  times,  people  use  coordi- 


202-45 


nate  systems.  These  coordinate  systems  must  be  speci- 
fied by  physical  means.  The  question  arises  as  to  the 
effect  of  the  rotation  of  the  earth  on  the  assignment  of 
time  and  space  scales  at  each  point  of  the  earth's  sur- 
face. Since  the  earth  is  nearly  spherical,  gravitational 
field  effects  over  the  surface  are  small.  Nevertheless,  if 
one  imagines  clocks  attached  to  the  surface  and  generat- 
ing at  each  point  the  proper  time  unit  characteristic  of 
that  place,  he  will  find  that  the  spatial  coordinate  lines 
of  latitude  and  longitude  cannot  be  stationary;  but  if 
the  time  coordinate  for  the  earth  is  generated  by  a  sin- 
gle clock  in  the  inertial  system  of  the  fixed  stars  and  a 
stationary  spatial  network  is  introduced,  the  proper 
time  at  any  point  on  the  surface  of  the  earth  will  de- 
pend on  the  latitude.  Also,  the  coordinate  speed  of  light 
will  be  different  when  measured  from  east  to  west  or 
from  west  to  east.  These  coordinate  effects  are  reflec- 
tions of  the  effect  that  no  rigidly  rotating  frame  of  refer- 
ence exists  whose  space  time  coordinate  axes  are  all 


orthogonal  in  the  relativistic  sense.  One  method  for 
generating  a  coordinate  time  scale  for  the  earth  is  to  use 
a  clock  in  a  satellite.  In  this  case,  in  order  to  determine 
the  proper  time  at  a  point,  one  would  need,  of  course,  to 
correct  for  the  Doppler  shift  including  the  gravitational 
effect.  To  sum  up,  we  emphasize  that  an  inertial  refer- 
ence frame  which  covers  the  earth  continuously  cannot 
be  found  for  which  the  spatial  axes  are  always  and 
everywhere  perpendicular,  for  which  the  time  coordinate 
measures  the  proper  time,  and  for  which  the  speed  of 
light  has  the  one  coordinate  value  c.  Space  does  not 
permit  us  a  more  detailed  examination  of  these  ques- 
tions. We  merely  hope  that  our  remarks  have  made 
clearer  the  limitations  which  must  be  considered  in 
adopting  a  conceptually  correct  redefinition  of  the  unit 
of  time.  It  is  our  opinion  that  the  conceptual  require- 
ments of  relativity,  indeed,  furnish  us  with  additional 
reasons  why  an  atomic  standard  for  proper  time  as  well 
as  one  for  length  should  be  adopted. 
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Synchronization  of  Two  Remote 
Atomic  Time  Scales* 

Any  time  scale  in  use  at  present  is  gener- 
ated from  the  combination  of  two  basic 
functions.  First  is  provision  of  some  periodic 
phenomenon  (frequency  standard)  to  serve 
as  the  prototype  for  the  unit  length  of  time. 
Second  is  the  addition  of  a  means  for  count- 
ing the  number  of  cycles  (cycle  accumula- 
tion) executed  by  this  periodic  phenomenon. 
Before  the  appearance  of  crystal  oscillators 
and  atomic  clocks,  these  elements  com- 
monly took  the  form  of  1)  the  pendulum, 
and  2)  the  escapement  driving  the  hands. 
An  atomic  clock  requires  the  same  elements 
but  they  appear  in  different  form:  1)  a 
quartz  crystal  oscillator  whose  frequency  of 
oscillation  is  controlled  by  an  atomic  transi- 
tion, and  2)  various  electronic  dividers  and 
comparison  circuitry. 

Since  October  9,'  1957,  the  National 
Bureau  of  Standards  has  maintained  an 
atomic  time  scale  (NBS-A)  in  which  the 
atomic  transition  is  that  of  the  United 
States  Frequency  Standard  (USFS)  at  the 
Boulder  Laboratories  of  the  NBS.  From 
October  9,  1957,  until  April  24,  1963,  time 
accumulation  for  NBS-A  was  performed 
near  Washington,  D.  C,  by  the  same  quartz 
crystal  oscillator  and  electronic  dividers 
which  produce  time  pulses  for  the  broadcasts 
of  radio  station  WWV.  As  described  previ- 
ously,1 atomic  times  were  assigned  to  WWV 
pulses  on  a  daily  basis.  The  atomically- 
controlled  WWV  broadcast  is  set  to  agree 
closely  with  Universal  Time,  which  is  pres- 
ently falling  behind  atomic  time  at  the  rate 
of  130X10-10  sec/sec.  Therefore,  during  this 
time,  NBS-A  consists  of  a  record  of  the  late- 
ness of  WWV  time  pulses  relative  to  an  ideal 
clock  referenced  to  the  cesium  frequency 
taken  as  9,192,631,770.00  •  •  •  cps.  NBS-A 
was  set  to  be  coincident  with  the  A.l 
time  scale2  of  the  United  States  Naval  Ob- 
servatory, Washington,  D.  C,  on  January  1, 
1958. 

In  July,  1962,  a  time-accumulation  sys- 
tem composed  of  quartz  crystal  oscillators, 
dividers  and  synchronous  clocks  was  put 
into  operation  in  a  laboratory  adjacent  to 
the  USFS  in  the  Boulder  Laboratories  of  the 
NBS.  Since  the  oscillators  are  controlled  by 
the  USFS,  this  system  provides  an  improved 
method  of  maintaining  atomic  time,  as  well 
as  bringing  both  elements  of  the  clock  to  the 
same  location.  The  entire  system  has  proved 
capable  of  operation  without  interruption 
since  its  beginning  and  should  be  capable  of 
continuous  operation  indefinitely.  Since 
high-frequency  radio  propagation  introduces 
uncertainties  of  an  appreciable  fraction  of  a 
millisecond  in  comparison  between  the  time 
pulses  from  W  W  V  and  those  from  the 
Boulder  atomic  time  scale,  a  more  precise 
method  was  used  to  synchronize  the  two 
scales.  This  was  done  on  April  24,  1963,  by 
transporting  a  high-precision  quartz  clock 
from  Boulder,  Colo.,  to  the  WWV  trans- 
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TABLE  I 


Transmitter  and 
Location 

Receiver  Location 

Propagation  plus  receiver  delay 
measured  by  portable  clock 

Theoretical  delay* 

Loran  C 

Cape  Fear,  N.  C. 

U.  S.  Naval 
Observatory 

1839+5  fisec 



1 840  /isecf 

Loran  C 

Cape  Fear,  N.  C. 

NBS,  Boulder, 
Colorado! 

8489±  10<i  sec 

8492  Msec|| 

Loran  C 

Cape  Fear,  N.  C. 

WWV 

Greenbelt,  Md. 

1 855  ,isec  || 

G  WVb  1  Md 

U.  S.  Naval 
Observatory 

WWV 

Greenbelt.  Md. 

NBS,  Boulder, 
Colorado 

9008±  50  Msec 

9.23  msec§ 

*  These  delays  include  the  measured  receiver  delays  involved  in  the  total  delay, 
t  Adopted  by  the  V.  S.  Naval  Observatory. 

J  This  includes  a  microwave  link  from  the  receiver  at  Table  Mesa  to  the  NBS  Boulder  Laboratories. 
II  Secondary  phase  factors  based  on  National  Bureau  of  Standards  Circular  No.  573. 
§  NBS  Tech.  Note  No.  22. 


mitter  at  Greenbelt,  Md.  (near  Washington, 
D.  C),  and  returning  it  to  Boulder  in  order 
to  observe  directly  the  time  difference  be- 
tween the  two  time  scales. 

Measurement  of  the  time  of  occurrence 
of  the  Boulder  time  scale  pulses  before  and 
after  the  trip  agreed  to  within  5  jusec.  It  may 
then  be  concluded  that  on  April  24,  1963, 
the  Boulder  time  scale  was  brought  into 
synchronism  with  the  Washington  time 
scale  within  these  limits.  Since  this  date  the 
Boulder  clock  is  taken  as  the  clock  of  the 
National  Bureau  of  Standards  which  main- 
tains the  atomic  time  scale  NBS-A.  The 
Washington  time  scale  will  assume  a  sub- 
ordinate position,  relatable  to  the  one  at 
Boulder  by  future  clock  carrying  or  obser- 
vation of  various  pulse  reception  times. 

Another  type  of  time  signal  broadcast, 
with  microsecond  timing  capabilities  in  the 
ground  wave  propagation  region,  is  the  East 
Coast  Loran  C  system  with  a  master  station 
near  Cape  Fear,  N.  C,  whose  time  signals 
are  controlled  by  the  U.  S.  Naval  Observa- 
tory. In  order  to  make  additional  checks  of 
the  WWV  time  pulses  relative  to  the  \BS-A 
time  scale,  and  to  make  propagation  and  re- 
ceiver delay  measurements  using  Loran  C 
signals,  the  portable  clock  was  also  taken  to 
the  U.  S.  Naval  Observatory  and  to  the 
master  Loran  C  transmitter.  Since  there  is 
no  Loran  C  receiver  as  yet  at  the  WWV 
transmitter,  the  propagation  delay  of  the 
Loran  C  signals  at  the  WWV  transmitter 
could  not  be  measured.  The  results  of  the 
clock-carrying  experiment  are  summarized 
in  Table  I.  The  uncertainties  shown  for  the 
measured  values  are  due  to  the  uncertainties 
in  the  portable  clock  (  ±5  ^sec)  and  fluctua- 
tions (primarily  due  to  propagation)  in  the 
time  pulses  as  received.  In  addition  to  meas- 
uring some  propagation  and  receiver  delays 
of  the  Loran  C  signals,  it  was  determined 
that  the  emission  of  the  Loran  C  signal  was 
1247  ±5  iisec  after  the  emission  of  the  WWV 
seconds  pulse  on  April  24,  1963. 

Since  the  Loran  C  signals  are  received 
both  at  Boulder  and  the  U.  S.  Naval  Ob- 
servatory, it  is  now  possible  to  tabulate 
rather  precisely  an  absolute  time  difference 
between  the  two  atomic  time  scales,  A.l  and 
NBS-A,  by  noting  the  arrival  times  on  the 
respective  time  scales  available  at  each  place, 
and  correcting  for  the  receiver  and  propaga- 
tion delays. 

We  are  sincerely  indebted  to  Miss  Jean 


Newman,  Robert  Doherty,  Earl  Berger,  and 
Fred  Sera  of  the  National  Bureau  of  Stand- 
ards; Dr.  W.  Markowitz  of  the  U.  S.  Naval 
Observatory,  and  Cmdr.  Edwards  of  the 
U.  S.  Coast  Guard,  without  whose  coopera- 
tion these  measurements  would  not  have 
been  possible. 
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A  Comparison  of  the  TAi  and  the 
NBS-A  Atomic  Time  Scales 

The  Observatory  of  Neuchatel,  Switzer- 
land, publishes  information1  from  which  it  is 
possible  to  determine  the  reception  time  in 
Neuchatel  of  the  time  signals  emitted  by 
the  standard  frequency  and  time-interval 
broadcast  station  WWV,  located  in  Green- 
belt,  Md.,  and  operated  by  the  United 
States  National  Bureau  of  Standards.  In 
this  communication  the  reception  times  of 
the  WWV  time  signals  on  the  TAi  atomic 
time  scale  are  compared  with  the  emission 
times  assigned  to  the  WWV  signals  accord- 
ing to  the  NBS-A  atomic  time  scale.  The 
TAi  scale  was  established  in  1957  and  is 
maintained  by  the  Laboratoire  Suisse  de 
Recherches  Horlogeres  in  Neuchatel,  while 
the  NBS-A  scale  was  also  established  in  1957 
and  is  maintained  by  the  National  Bureau 
of  Standards.  Each  of  the  scales  has  been 
established  with  the  intention  that  the 
frequency  of  the  cesium  transition  widely 
used  as  a  frequency  standard  shall  be 
9192631770.00  .  .  .  cycles  per  unit  time  in- 
terval. In  the  following  discussion  and  figure 
this  unit  of  time  interval  is  called  a  second 
since  it  is  believed2  to  differ  from  the  second 
as  presently  defined  by  no  more  than  a  few 
parts  in  109. 

The  origin  of  the  NBS-A  time  scale  has 
been  set  with  the  intention  that  this  scale 
shall  assign  0''0m0s  as  the  occurrence  time  to 
an  event  occurring  at  0h0m0s  UT2  time  on 
January  1,  1958.  The  National  Bureau  of 
Standards  does  not  have  facilities  for  deter- 
mining the  occurrence  times  of  events  on  the 
UT2  scale  so  that  reception  times  of  WWV 
pulses  on  the  A.l  scale,  as  listed  in  the  U.  S. 
Naval  Observatory  Time  Service  Notice  6, 
January  1,  1959,  were  used  to  set  the  origin. 
Recent  measurements  made  by  the  National 
Bureau  of  Standards  in  cooperation  with  the 
U.  S.  Naval  Observatory  have  indicated 
that  0.316  msec  is  the  effective  propagation 
time  between  the  WWV  transmitter  and  the 
U.  S.  Naval  Observatory.-1  In  setting  the 
origin  of  NBS-A,  the  0.316-msec  figure  has 
been  used. 

The  TAi  scale  was  intended  originally  to 
coincide  as  closely  as  possible  with  Ephe- 
meris  Time  on  January  1 ,  1958,  0h  UT.  Since 
the  accuracy  with  which  ET  is  known  is 
rather  poor,  the  origin  of  TAi  with  respect 
to  ET  is  to  be  considered  uncertain. 

The  TAi  scale  and  the  NBS-A  scale  are 
constructed  from  independently  obtained 
frequency  measurements  made  with  the  aid 
of  atomic  frequency  standards  located  in  the 
laboratory  constructing  the  time  scale.  Fig.  1 
shows  the  comparison. 

Over  the  course  of  years,  various  refine- 
ments in  techniques  and  instrumentation  for 
atomic  timekeeping  have  evolved  and  have 
been  incorporated  into  either  the  procedure 
or  the  equipment  used  to  establish  the  time 
scales  TAi  and  NBS-A.  Two  changes  which 
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Fig.  1 — Comparison  of  the  time  scales 
TAi  and  NBS-A. 


occurred  near  June,  1960,  and  which  re- 
sulted in  a  significant  improvement  of  the 
time  scale  comparison  are  the  switch  by 
LSRH  from  the  N14H3  maser  to  a  Cs  resona- 
tor for  a  frequency  standard,  and  the  adop- 
tion of  NBS  II  as  the  United  States  Fre- 
quency Standard.' 

The  curve  of  Fig.  1 ,  as  expected,  becomes 
smoother  as  time  progresses  and  as  more  and 
more  refinements  are  incorporated  into  the 
timekeeping  orocedure  and  apparatus.  Since, 
as  mentioned  above,  the  origin  of  the  TAi- 
scale  is  not  the  same  as  that  of  NBS-A,  the 
magnitude  of  the  difference  in  Fig.  1  has 
little  significance,  although  about  22.8  msec6 
is  due  to  propagation  delay.  The  quantity 
plotted  in  Fig.  1  is  the  reception  at  Neuchatel 
of  the  0700  UT  WWV  pulse  on  the  TA,  scale 
minus  the  emission  time  of  the  0700  UT 
WWV  pulse  on  the  NBS-A  scale. 

During  the  last  several  years,  Fig.  1  shows 
that  the  NBS-A  and  TAi  scales  were  diverg- 
ing at  a  rate  of  ~3X10~U  sec/sec.  If  this 
divergence  is  entirely  attributed  to  a  differ- 
ence in  the  NBS  and  LSRH  atomic  fre- 
quency standards,  then  it  would  appear  that 
if  the  two  groups  were  presented  with  the 
problem  of  determining  the  frequency  of 
identical  sources,  the  LSRH  group  would 
report  a  value  ~3  parts  in  10"  less  than  the 
NBS  group  would  report.  Both  laboratories 
monitor  the  frequencies  of  the  very  low  fre- 
quency stations,  NBA  and  GBR.  During  the 
years  1961-62  the  measurements  on  GBR 
indicate  that  the  average  frequency  re- 
ported by  LSRH  is  1.7  parts  in  10"  less  than 
the  frequency  reported  by  NBS.  During 
this  same  period  the  measurements  on  NBA 
indicate  that  the  average  frequency  reported 
by  LSRH  is  3.4  parts  in  10"  less  than  the 
frequency  reported  by  NBS.  This  rather 
good  agreement  between  Fig.  1  and  records 
made  by  monitoring  GBR  and  NBA  is  found 
not  only  in  the  averages  for  the  two-year 
period  1961-62,  but  also  during  shorter 
periods  such  as  the  period  from  1961.6  to 
1962.1.  There  the  average  VLF  reported  by 
LSRH  is  about  8  parts  in  10"  less  than  that 
reported  by  NBS.  This  is  explained  by  tem- 
porary poor  shielding  of  the  C-Field  region 
of  the  LSRH  Cs  Beam  Tube  and  bas  been 
reported  by  Karatschoff  [4].  A  new  im- 
proved shield  was  installed  in  March  1962. 
From  1960.5  to  1961.6,  and  since  1962.2,  the 
rate  of  divergence  of  NBS-A  and  TAi  has 
been  about  1  part  in  10-11,  with  the  points 
plotted  in  Fig.  1  having  a  standard  deviation 
of  0.2  msec.  This  rate  of  divergence  is  con- 


sistent with  the  estimated  accuracies  of  both 
standards,6-7  and  illustrates  the  practicality 
of  keeping  time  by  using  the  techniques  of 
quantum  electronics. 

J.  BONANOMI 
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of  time  and  the  atom  .  .  . 


The  current  international  standard  for  the  physical  measurement  of  time 
is  based  on  the  use  of  atomic-frequency  control  devices  that  are  now 
being  studied  intensively  in  the  search  for  an  ultimate  basis  for  the 
precise  definition  of  time.  The  author  is  assistant  chief  of  the  Physics 
Division  of  the  NBS  Radio  Standards  Laboratory,  Boulder,  Colo.,  where 
the  atomic-frequency  standard  is  being  actively  investigated. 


By  George  E.  Hudson 


In  1952,  Harold  Lyons1  of  the  National  Bureau  of 
Standards  put  into  brief  operation  an  atomic  clock 
of  the  ammonia-absorption  type,  and  thus  reflected 
the  intense  interest  in  devising  atomic  standards  for 
measuring  time  intervals.  This  interest  has  grown 
rather  than  diminished.  As  progress  continued  with 
the  advent  of  cesium-beam  frequency  controls— first 
with  L.  Essen  and  J.  V.  L.  Parry-  at  the  National 
Physical  Laboratory  in  England,  and  later  with  the 
models  investigated3'  4  at  the  Boulder  Laboratories 
of  the  NBS,  and  by  Bonanomi  in  Neuchatel,  Switz- 
erland, by  Kalra  in  Canada,  and  by  McCoubrey 
and  Holloway  of  the  National  Company  in  the 
United  States— the  standard  for  time  measurement 
of  highest  possible  accuracy  was  removed  in  effect 
from  the  astronomic  realm  to  the  atomic.  In 
collaborating  with  Essen,  W.  Markowitz  of  the  US 
Naval  Obsevatory5  determined  in  1958  the  fre- 
quency characteristic  of  the  cesium  standard  in 
terms  of  the  accepted  international  unit  of  time, 
the  ephemeris"  second.  Since  the  international 
adoption  of  a  temporary  atomic  standard  to  realize 
the  unit  of  time,  the  figure  they  gave  with  a  con- 
siderable uncertainty, 

9  192  631  770  Hz, 
must  be  regarded  not  as  a  measured  value,  but 
rather  as  an  exactly  defined  one,  accurate  to  any 
number  of  significant  figures.  The  uncertainty  of 
2  or  3  parts  in  109  that  originally  attached  to  the 
measurement  was  evidently  due  to  the  uncertainties 
and  inconvenience  in  the  methods  used  to  realize 
the  ephemeris  second;  that  is,  the  limitation  lay  in 
the  astronomical  observations,  not  in  the  atomic 
device. 

As  a  result  of  this  situation,  the  transition  has 
finally  become  formalized  by  the  pronouncement  of 
the  International  Committee  of  Weights  and  Meas- 
ures at  its  meeting  in  Paris  in  October  1964  that, 
for  the  physical  measurement  of  time,  the  interna- 
tional standard  of  time  interval  to  be  used  is  to  be 

2C 


temporarily  based  on  the  frequency  of  emission  or 
absorption  associated  with  the  change  in  state, 

\F  =  4,  mF  =  0>  o  |  F  =  3,  mF  -  0>  , 

of  the  cesium-133  atom.7'  8  The  size  of  the  unit  is 
still  defined  to  be  the  invariable  ephemeris  second— 
the  fraction  1/31  556  925.9747  of  the  tropical  year 
at  12  hours  Ephemeris  Time  on  0  January  1900 
(i.e.,  December  31,  1899)  . 

The  Institute  of  Basic  Standards  of  the  National 
Bureau  of  Standards  is  charged  by  Congress  with 
the  improvement,  maintenance,  and  development 
of  the  standards  whereby  the  basic  physical  units 
are  realized  and  disseminated  in  the  United  States. 
The  list  includes  the  standard  of  length  (already 
an  atomic  one  utilizing  the  wavelength  of  a  krypton 
line)  and  those  of  mass,  temperature,  and  electric 
charge.  It  also  includes  frequency. 

The  United  States  Frequency  Standard  (USFS) 
is  maintained  in  the  Radio  Standards  Laboratory 
in  Boulder,  Colo.  The  standards  of  time  and  fre- 
quency have  the  unique  property  that  they  can 
be  disseminated  to  the  general  public  via  radio 
broadcasts.  In  fact,  the  time  signals  sent  out  by 
NBS  Station  WWV  in  Greenbelt,  Md.,  have  long 
been  used  for  navigation,  surveying,  and  other  tech- 
nical purposes,  and  recently  these  emissions  have 
been  strictly  regulated  by  comparison  with  the 
USFS  in  Boulder  via  very-low-frequency  trans- 
missions from  NBS  Station  WWVL  in  Fort  Collins, 
near  Boulder.9 

Traditionally  it  was  the  province  of  the  astro- 
nomical observatories  to  tell  time  by  means  of  the 
courses  of  the  stars  and  other  heavenly  bodies,  this 
being  the  most  accurate  way  to  measure  time.  It 
has  also  been  a  necessary  activity  of  the  US  Naval 
Observatory  since  there  is  a  direct  relationship  be- 
tween time  told  this  way  and  the  navigation  of 
ships.  Anyone  interested  in  a  detailed  account  can 
consult,  for  example,  the  Explanatory  Supplement 
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to  the  Astronomical  Ephemeris  and  the  American 
Epliemeris  and  Nautical  Almanac.10  What  is  of 
importance  here  is  the  basic  fact  that  modern,  ac- 
curate measurement  of  time  is  accomplished  with 
a  standard-frequency  generator.  A  brief  description 
of  the  standard  atomic  clock  situated  at  NBS 
Boulder  Laboratories  and  the  standard  time  scale 
generated  by  it  may  help  in  understanding  how  this 
is  done.  (See  Fig.  1 .) 

First,  how  does  the  frequency  standard  work?  A 
beam  of  cesium  atoms  in  a  variety  of  states  (among 
which  are  the  |  F  =  3,  mF  =  0  >  and  |  F=  4,  mF 
=  0  >  states)  is  directed  down  the  axis  of  a  long 
tube,  with  the  aid  of  a  magnetic  lens.  It  converges 
to  a  focus  through  a  collimating  slit  midway,  and 
then  diverges.  At  the  far  end  of  the  tube  is  a  similar 
second  magnetic  lens,  followed  by  a  detector  of 
cesium  atoms  working  in  accordance  with  the 
principle  of  surface  ionization.  If  the  atoms  do  not 
change  state,  the  second  lens  serves  to  disperse  the 
beam  still  more  and  very  few  of  the  atoms  can  be 
detected.  However,  if  the  atoms  in  one  of  the  states, 

1^  =  3,  mF  =  0  >  or  |  F  =  4,  mF  =  0  >  , 
undergo  a  transition  into  the  other  state  (by  ab- 
sorption in  the  first  case,  or  by  emission  in  the 
second,  of  a  quantum  of  radiation  of  frequency 
i's  =  9  192  631  770  Hz),  then  the  second  magnetic 
lens  brings  them  again  to  a  focus  and  they  are  de- 
tected. Such  transitions  are  induced  by  electromag- 
netic radiation  of  nearly  this  frequency  introduced 
into  the  tube  from  an  external  oscillator  through 
a  waveguide.  In  this  way,  when  one  registers  a  max- 
imum detection  signal,  he  knows  the  external  oscil- 
lator has  the  standard  frequency— by  definition- 
except  for  errors. 

Now,  if  one  should  maintain  such  an  external 
oscillator  continuously  "on  frequency,"  and  count 
the  cycles  of  oscillation,  n,  in  a  given  time  interval 
to  be  measured,  then  clearly  the  time  elapsed  is 

n 

t  =   • 

Unfortunately,  it  is  neither  convenient  to  operate 
the  primary  frequency  standard  continuously,  nor 
is  it  desirable  from  the  point  of  view  of  reliability 
to  generate  a  continuous  time  scale  from  a  single 
oscillator. 

A  solution  to  this  problem  can  be  obtained  if 
one  recognizes  and  applies  the  natural  extension  of 
the  relation:  time  equals  cycles  divided  by  fre- 
quency. Formally,  the  general  relation  is 

/n  dn' 

where  v(n)  is  the  frequency  of  some  periodic  de- 
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Fig.  1.  D.Allan  of  the  Boulder  Laboratories  adjusts  the  set- 
ting of  the  universal  scale  for  the  NBS  atomic-clock  system. 


vice  measured  frequently  enough  in  terms  of  the 
frequency  standard  that  its  variation  with  the  num- 
ber of  cycles  n  can  be  accurately  followed.  Then 
t  is  the  time  elapsed  while  the  device  oscillates  n 
times  (of  course,  n  need  not  be  an  integer)  .  All 
that  is  needed  is  to  measure  the  frequency  v(n) 
against  the  standard  and  to  count  the  number  of 
cycles.  }.  Barnes,  in  collaboration  with  L.  Fey11  of 
NBS-BL,  has  accomplished  exactly  this.  To  insure 
reliability  there  are  five  oscillators  (one  is  a  rubid- 
ium gas  cell;  the  other  four  are  high-quality 
quartz-crystal  oscillators)  whose  frequencies  are 
measured  daily  in  terms  of  the  USFS.  This  is  often 
enough.  The  cycles  are  counted— actually  an  ac- 
cumulated total  is  kept— and  by  a  suitable  weighted 
average  of  the  five,  the  time  of  any  event  may  be 
determined  to  an  accuracy  equal  to  that  of  the 
USFS— that  is,  to  one  part  in  10n.  (This  accuracy 
is  attained  only  after  the  fact,  since  a  computer 
program  must  be  used  to  evaluate  the  equivalent 
of  the  integral  and  the  required  average)  . 

This  is  the  A  scale  of  time,  and  it  has  been  ex- 
tended continuously  and  uninterruptedly  back  to 
the  fall  of  1957  by  the  assignment  of  atomic  times 
to  the  occurrence  of  the  time  signals  of  WWV. 
Beginning  January  1,  1958,  a  composite  time  scale, 
known  as  the  Al,  was  computed  from  weighted 
averages  of  frequencies  from  several  standards  lab- 
oratories. This  was  done  at  the  US  Naval  Observ- 
atory. However,  it  is  not  yet  clear  whether  such  an 
average  yields  a  time  scale  which  is  more  meaning- 
ful than  that  derived  from  a  single  standard.  As 
has  been  remarked,  a  time  scale  generated  by  one 
device  will  "walk  away"  in  a  statistical  sense  from 
any  time  scale  generated  by  another  device,  even 
though  both  may  be  based  on  the  same  type  of  fre- 
quency standard.  This  is  related  to  the  well-known 
random-walk  phenomenon.  At  any  rate,  the  early 
establishment  of  an  atomic  time  scale  had  the  im- 
portant consequence  of  confirming  the  presence  of 
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Fig.  2a.  Relation  between  the  universal  scale  and  the 
uniform  ephemeris  time  scale. 

previously  discovered  erratic  changes  in  the  earth's 
motion,  and  of  demonstrating  the  feasibility  of 
atomic  timekeeping.  A  comparison  between  the  A 
scale  and  the  Al  scale  has  shown1-  a  very  minor 
fractional  difference  in  scale  of  perhaps  0.2  parts  in 
1010.  A  similar  comparison  has  been  made  with 
the  TAj  scale,  itself  established  in  1957,  and  main- 
tained by  the  Laboratoires  Suisse  de  Recherches 
Horlogeres,  with  the  Cs  transition  defining  its  fun- 
damental unit  since  July  1960.  The  observed  de- 
viation between  TAX  and  NBS-A  is  about  3  parts  in 
10u.  It  is  fair  to  say  that  the  present  A  scale  is  one 
of  the  most  accurate  single  atomic  time  scales  in 
existence. 

What  was  the  immediate  consequence  of  the 
establishment  of  methods  of  atomic  timekeeping? 
Did  it  mean  that  people  everywhere  forgot  about 
the  stars  or  the  earth  as  a  basis  for  telling  time?  Did 
it  mean  that  the  internationally  accepted  unit  of 
time,  the  ephemeris  second,  was  immediately  dis- 
seminated lor  use  by  the  scientific  public?  Not  at 
all;  first,  the  use  of  the  earth  to  tell  time  for  rough 
purposes  is  far  too  convenient  and  easy;  second, 
navigation  is  based  on  the  scale  derived  from  the 
earth's  motion.  The  US  Naval  Observatory  con- 
tinues to  circulate  its  "Time  Service"  announce- 
ments10 which  are  widely  used  to  obtain  approxi- 
mations to  the  UT2  scale  of  time,  useful  to  naviga- 
tors. NBS's  radio  station  WWV  continues  to  broad- 
cast time  signals  based  on  this  scale,  or  rather  an 
approximation  to  it  called  the  universal  atomic 
scale,  with  code  broadcast  of  differences  which  may 
be  applied  to  come  as  close  as  possible  to  the  UT2 
scale  insofar  as  it  is  known  at  the  moment  of 
broadcast. 

There  is  a  disadvantage  in  the  indefinite,  un- 
modified, continuation  of  this  system.  The  time 
ticks  from  WWV  are  not  one  second  apart,  nor 
does  the  time  scale  called  UT2  have  the  interna- 
tional ephemeris  second  as  its  basic  unit.  It  has 
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what  is  called  the  mean  solar  second  as  its  basis. 
This  interval  is  obtained  by  a  process  of  calculating 
from  theory  and  reducing  observational  data  and 
applying  the  resulting  corrections  for  the  motions 
of  the  earth's  poles  and  then  applying  a  smoothing 
procedure  to  observations  of  the  earth's  rotation. 

Thus  the  UT2  interval  is  in  essence  the  "second" 
that  your  clock  ticks  off  if  it  is  adjusted  to  tick 
86  400  (—  24  x  60  X  60)  times  per  mean  solar 
day,  while  the  earth  rotates  once  on  its  axis.  Such 
a  time  interval  is  not  equal  in  length  to  the  inter- 
national unit  of  time  interval,  the  second.  That  is, 
it  is  neither  an  atomic  nor  an  ephemeris  second. 

The  time  between  WWV  ticks  is  longer  than  a 
second,  because  the  earth  is  rotating  too  slowly  on 
its  axis  to  make  the  universal  scale  agree  with  the 
international  (ephemeris  or  atomic)  scale.  Back 
about  1750  it  was  presumably  rotating  just  about 
at  the  speed  it  should  in  order  that  one  86  400th 
part  of  a  day  would  equal  one  international  second 
as  now  defined.  Before  that  time  it  was  rotating  too 
rapidly,  and  since  then,  too  slowly.  It  has  slowed 
down  so  much  that  the  (universal)  year  of  365 14 
days  is  between  one-half  and  one  second  longer  than 
it  was  in  1750.  The  approximate  empirical  rela- 
tionship 14  (see  Fig.  2a)  is,  on  the  average  and  in 
round  numbers, 


=  t 


(y_  1750) 


+ 


(1750) 


380  1  380 

r  =  number  of   (universal)    mean  solar  seconds 

which  have  elapsed  since  the  year  0  ad, 
t  =  number  of  seconds  since  0  ad  =  31  x  106  X  y, 
y  =  number  of  (ephemeris)  years  since  0  ad. 
The  parabolic  form  indicates  that  the  earth  is  slow- 
ing down  in  its  axial  rotation  and  would  stop  in 
about  6  billion  years  if  this  law  were  to  persist 
(time  to  get  off?)  .  The  fact  that  the  days  are  long- 
er than  they  were  in  1750,  reflects  that  the  earth  is 
rotating  more  slowly— not  that  it  is  slowing  down 
an  additional  one-half  second  or  more  each  year. 
The  deceleration  figure  is  actually  about  1/190 
sec/yr  each  year.  Differentiation  of  this  relation  also 
gives 

dT       ,       y  -  1750  dy 


=  1  - 


190 


where 


dt 
dy 

~dT       ~ITx  10° 


1 


years/sec, 


so  that  the  rate  at  which  the  universal  scale  in- 
creases is  less  than  the  ephemeris  rate— or  universal 
scale  units  are  longer  than  one  second,  and  are  get- 
ting longer  as  y  increases.  The  quantity 
y  -  1750 
190  x  31  x  106 
is  called  the  average  fractional  offset.  About  the 
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year  1750,  the  two  scales  progressed  at  the  same 
rate,  since 

dT  —  dt  when  y  =  1750. 
It  must  be  re-emphasized  that  these  are  only  rough 
average  figures  and  do  not  reflect  short  term  varia- 
tions in  the  earth's  rotation.  (See  Fig.  2b.) 

Apart  from  the  empirical  relationship  mentioned 
above,  there  are  theoretical  arguments,  based  on 
considerations  of  tidal  friction  and  the  concomitant 
recession  of  the  moon,  which  indicate  that  in  some- 
thing less  than  50  billion  years  the  earth  will  present 
a  fixed  face  to  the  moon,  while  the  moon  rotates 
about  the  earth  every  47  days.17-18  Following  this, 
the  earth's  rotation  would  continue  to  slow  down 
gradually  due  to  solar  tidal  effects  until  it  rotates 
once  on  its  axis  each  year.  However,  a  relation  be- 
tween t  and  t  has  been  published  by  Brouwer,14 
which  he  deduced  from  observational  data;  his  re- 
lation yields  numbers  slightly  different  from  mine 
which  were  obtained  from  information  communi- 
cated to  me  privately  by  W.  Markowitz  of  the  US 
Naval  Observatory.  The  year  1750  would  be  re- 
placed by  1779,  and  the  denominator  380  would  be 
replaced  by  334.  However,  for  the  short  span  of 
observation  time  available,  the  difference  has  no 
practical  consequence,  especially  since  the  relation 
describes  only  the  average  rotation.  It  is  interesting 
that,  despite  the  extreme  extrapolation  involved, 
theory  and  observation  yield  very  roughly  compara- 
ble results. 

In  any  event,  since  the  atomic  (or  ephemeris) 
second  is  shorter  than  the  unit  of  universal  time, 
the  mean  solar  second,  a  decision  had  to  be  made. 
There  were  several  choices  open,  and  one  was  se- 
lected. An  international  agreement  relating  to  the 
broadcast  of  time  signals  and  standard  frequencies 
was  arrived  at  and  concurred  in  by  many  govern- 
ments via  the  organization  known  as  the  Interna- 
tional Radio  Consultative  Committee  (CCIR)  .  It 
had  the  support  of  the  various  astronomical  labora- 
tories and  of  standards  laboratories  in  many  coun- 
tries, including  the  US,  the  UK,  and  the  USSR.  In 
the  light  of  subsequent  natural  occurrences,  hind- 
sight indicates  that  what  was  agreed  upon  may  not 
have  been  the  wisest  thing. 

It  seemed  so  easy  at  first.  The  earth  was  rotating 
too  slowly.  So  let  there  be  broadcast  from  stations 
like  WWV,  GBR,  and  NBA  a  carrier  frequency 
which  is  too  low  in  the  same  proportion.15  At  the 
time  when  this  decision  was  taken,  the  fractional 
offset  in  frequency  amounted  to  — 130  parts  in  1010. 
The  time  ticks  which  occurred  every  so  many  cycles 
were  more  widely  spaced,  and  for  a  time  the  system 
worked  well— until  about  a  year  later.  Mother  Earth 
began  to  swing  her  weight  around,  still  more  slow- 
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ly,  and  the  time  signals  not  only  did  not  indicate 
seconds,  but  they  did  not  even  indicate  mean  solar 
(universal)  seconds!  Adjustments  in  phase  of  these 
ticks  were  called  for  about  two  or  three  times  a 
year,  to  keep  fhem  within  about  0.1  seconds  of  the 
universal  scale,  UT2.  Also,  an  additional  adjust- 
ment in  the  fractional  frequency  offset  seemed  in 
order,  and  was  carried  out.  It  was  changed  to 
— 150  parts  in  1010  in  1964.  But  now  people  be- 
came worried,  particularly  at  the  National  Bureau 
of  Standards,  which  has  the  mission  of  accurately 
disseminating  the  basic  standards  of  frequency  and 
time  interval;  what  was  being  broadcast  or  what 
was  contemplated  was  a  kind  of  variable  or  rubber 
standard,  from  which  the  international  second  can 
be  obtained,  somewhat  inconveniently,  by  apply- 
ing the  known  correction.  Superimposed  on  the 
average  rate  of  increase  of  the  fractional  frequency 
offset  (1.7  parts  in  1010  per  year)  are  large  random 
fluctuations  of  several  parts  in  109.  Attempts  to  fol- 
low these  fluctuations  by  adopting  different  offset 
values  from  time  to  time  necessitate  major  revi- 
sions in  existing  equipment,  which  is  not  good. 

Faced  with  such  a  situation,  the  best  thing  is  to 
admit  the  difficulty  and  to  take  steps  toward  re- 
solving it.  It  was  not  possible  to  get  the  interna- 
tional CCIR  agreement  modified  so  quickly  and  to 
include  recognition  and  coordination  of  direct 
broadcasts  of  an  un-offset  second  and  carrier  fre- 
quency as  a  desirable  aim,  though  it  soon  may  be. 
The  United  States  CCIR  Study  Group  VII,  of 
which  the  author  is  chairman,  is  charged  with  the 
study  of  standard-frequency  and  time-signal  broad- 
casts and  regulations.  It  met  during  the  summer 
and  fall  of  1964  to  mull  over  the  implications  of  the 
forthcoming  international  atomic-time-standard 
pronouncements,  as  requested  by  the  corresponding 
international  CCIR  Study  Group,  headed  by  B. 
Decaux  of  the  National  Telecommunication  Study 
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Fig.  2b.  Earth  motion  and  the  universal  scale  offset.  The 
average  earth  motion  produces  a  parabolic  relation  be- 
tween the  universal  scale  and  the  ephemeris  scale.  The 
slope  of  this  parabola  at  any  point  is  a  measure  of  the 
average  offset  in  frequency.  The  actual  motion  of  the 
earth  produces  fluctuations  around  this  parabolic  trend. 
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Fig.  3.  Relations  between  time  scales.  On  January  1, 1965, 
radio  station  WWVB  began  broadcasting  intervals  of  one 
second  shown  by  horizontally  stepped  line  marked  SA 
(stepped  atomic).  Due  to  the  frequency  offset  the  time  in- 
tervals broadcast  by  WWV  and  other  coordinated  stations 
are  longer  than  one  second,  as  shown  by  sloped  and 
stepped  line. 

Center  in  Paris  and  to  see  what  could  be  done 
about  the  offset  question.  A  positive  approach  was 
taken,  later  augmented  by  suggestions  adopted  by 
the  international  Study  Group  meeting  at  an  in- 
terim session  in  Monte  Carlo  during  March  1965. 
It  was  decided  that  experimental  broadcasts  and 
studies  should  be  made  to  study  how  best  to  broad- 
cast the  interval  of  time  and  the  epoch  of  UT2  in 
the  same  radio  emissions.  This  is  exactly  what  is 
being  done.  Radio  Station  WWVB,  under  the  man- 
agement of  D.  Andrews  (who  also  directs  the  broad- 
casts from  NBS  stations  WWV,  WWVH,  and 
WWVL)  of  the  NBS  Boulder  Laboratories,  began 
on  January  1,  1965, 10  to  broadcast  time  ticks  de- 
rived from  the  A-scale  of  the  National  Bureau  of 
Standards  with  an  accuracy  of  ±  2  X  10-11.  (See 
Fig.  3.)  The  controlling  element  is,  of  course,  the 
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atomic  clock  incorporating  the  United  States  Fre- 
quency Standard.  The  carrier  frequency  of  WWVB 
is  60  kHz,  and  is  without  intentional  offset.  This  is 
allowable  since  the  frequency  offset  of  WWVB  is 
not  specifically  regulated  internationally.  The  only 
frequency  corrections  which  might  need  to  be  made 
are  those  introduced  by  slight  disturbances  in  radio 
transmission  and  control.  These  amount,  typically, 
to  less  than  0.02  parts  in  1010,  averaged  over  a 
month,  with  a  daily  rms  deviation  of  ±  0.06  parts 
in  1010,  and  are  published  by  the  NBS  in  the 
"Standard  Frequency  and  Time  Notices"  of  the 
Proceedings  of  the  IEEE  (correspondence)  .  Every 
few  months,  the  times  of  occurrence  of  the  ticks 
from  WWVB  will  be  shifted  uniformly  by  a  two- 
tenths-of-a-second  step  adjustment  without  chang- 
ing the  length  of  the  subsequent  intervals  between 
successive  pulses.  This  keeps  them  within  about 
0.1  second  of  the  UT2  scale.  Thus,  navigators  need 
have  no  fear  of  using  such  stepped  atomic  signals. 
Adjustments  may  need  to  be  made  no  more  often 
than  with  the  frequency-offset-plus-one-tenth-sec- 
ond-step-adjustment  system.  Moreover,  physicists 
have  directly  available  the  international  standard 
of  time  interval. 

One  cannot  say  as  yet  that  this  system  is  the  ulti- 
mate one  to  be  used,  nor  has  it  been  decided  that 
the  Cs  beam  is  to  serve  as  the  ultimate  basis  for 
atomic  timekeeping.  The  hydrogen  maser  is  already 
a  top  competitor,  both  commercially  and  in  sci- 
entific research;  one  is  completed  and  being  thor- 
oughly investigated  at  NBS-BL  and  another  is 
under  construction.  One  can  only  say,  along  with 
Xenophenes,  that  "in  the  course  of  time,  through 
seeking,  men  find  that  which  is  the  better— for  all 
is  but  a  woven  web  of  guesses." 
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Time  marches  on :  The  atomic  frequency  and  time  standards  maintained 
at  the  NBS  are  no  longer  called  the  USFS  and  the  USTS,  but  are  called 
NBSFS  and  NBSTS.  This  change  results  from  the  scientifically  valid  reason 
that  all  such  correctly  constituted  and  calibrated  atomic  standards,  where- 
ever  they  may  be,  are  equivalent;  that  is,  each  is  an  equally  valid  (metric) 
instrument  for  measuring  time  intervals  or  frequency.  Moreover,  it  is 
important  that  these  be  maintained  independently  (except  for  calibration 
of  rate,  in  terms  of  nearby  suitable  reference  standards)  in  any  locale, 
since  they  may  then  be  used  to  measure  the  local  properties  of  the  large 
coordinated  networks  now  being  established  (e.g.,  Loran  C,  Omega,  Satellite 
Timing,  Aircraft  Collision  Avoidance  Timing  (ACAS)  Systems).  These 
systems  themselves,  when  properly  defined  and  accurately  realized,  consti- 
tute large,  extended,  nonlocal  standards,  and  each  furnishes  a  means  for 
synchronizing  those  clocks  coordinated  in  its  framework,  i.e.,  "attached" 
to  it.  Sometimes  two  such  systems  will  not  yield  the  same  synchronization. 
This  operational  point  of  view,  while  not  assuming  the  validity  of  Relativ- 
ity theory,  is  not  inconsistent  with  it.  But  it  does  drop  the  unwarranted 
assumption  of  Newtonian  Absolute  Time. 

The  International  System  (SI)  of  Units  has  now  adopted  the  atomic 
cesium  transition  as  the  standard  for  the  second.  This  action  was  taken  on 
Friday,  13  October  1967  at  the  CGPM  meeting  in  Paris. 

But  this  leaves  the  problem  of  precise  definition  (and  subsequent  real- 
ization) of  the  large  nonlocalized  standard  systems  of  timing,  which  can  be 
referred  to  as  "coordinate  time  systems."  The  A.l  scale  of  the  USNO  is 
now  independently  based  on  a  variety  of  locally  maintained  cesium  clocks 
and  oscillators.  The  relations  between  the  broadcast  times  by  NBS  stations 
and  others,  such  as  the  many  Navy  ones,  are  now  measured  very  effective- 
ly, by  a  large  atomic  clock-carrying  service  directed  by  the  USNO.  In  this 
way,  in  the  US,  the  USNO  maintains  large  standard  (nonlocal)  coordinate 
time  networks,  and  measures  their  properties  by  independent  local  metric 
standards. 

The  question  concerning  the  time  scale  or  scales  to  be  used  at  the 
"origin"  of  the  various  nonlocal  coordinate  time  systems  is  still  being 
discussed  internationally.  The  US  CCIR  Executive  Committee  has  for- 
warded, for  international  consideration,  a  proposal  to  form  an  Interna- 
tional Working  Party  to  study  these  matters.  The  CIPM,  through  an 
ad  hoc  subcommittee  of  the  CCDS,  is  also  considering  the  problem  of 
forming  an  International  Atomic  Scale  of  Time  which  would  be  at  the 
"origin"  of  the  coordinate  time  system  coordinated  by  the  BIH.  (1968). 
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The  NBS-A  Time  Scale— Its  Generation 
and  Dissemination 

J.  A.  BARNES,  D.H.  ANDREWS,  senior  member,  ieee,  and  D.  W.  ALLAN 


Abstract — In  conjunction  with  the  United  States  Frequency 
Standard  (USFS)  located  at  the  National  Bureau  of  Standards, 
Boulder  Laboratories,  two  time  scales  have  been  established.  The 
NBS-A  time  scale  is  referenced  to  the  USFS  in  accordance  with  the 
definition  of  the  atomic  second  as  adopted  by  the  12th  General  Con- 
ference of  Weights  and  Measures  in  October,  1964.  The  epoch  of 
this  scale  was  set  to  be  nearly  coincident  with  the  epoch  of  UT-2  at 
00:00  hour  January  1,  1958.  The  NBS-UA  time  scale  is  also  refer- 
enced to  the  USFS  but  the  frequency  offsets  and  shifts  in  epoch  as 
announced  by  the  Bureau  International  de  l'Heure  (BIH)  in  Paris 
are  incorporated  in  this  time  scale.  Thus,  NBS-UA  is  an  atomically 
interpolated  approximation  to  UT-2. 

The  accuracies  of  time  interval  measurements  referenced  to 
these  time  scales  are  believed  to  have  essentially  the  accuracy  of  the 
USFS  [1]— the  accuracy  of  the  USFS  is  about  one  part  in  10".  The 
NBS-UA  time  scale  is  presently  being  disseminated  by  the  NBS 
radio  stations  WWVL,  WWVH,  and  WWV.  The  phases  of  WWVL 
transmissions  have  been  maintained  coherent  with  the  NBS-UA 
time  scale  with  a  precision  of  about  ±  3  jus  and  the  epoch  of  the  WWV 
transmissions  with  a  precision  of  about  ±  10  us  since  January,  1964. 
Since  January  1,  1965,  the  WWVB  phase  has  been  maintained  co- 
herent with  NBS-A. 

Introduction 

A CLOCK  SYSTEM  or  time  scale  is  obtained  by 
summing  up  small  "time  intervals"  or  "units  of 
time."  The  time  scale  usually  has  as  its  origin 
some  rather  arbitrary  event  in  the  remote  past.  The 
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time  indicated  by  the  clock,  usually  called  "epoch"  (for 
example,  the  epoch  of  some  event  might  be  10:46  am, 
December  7,  1964),  is  obtained  by  summing  up  the 
"units  of  time"  ever  since  the  origin  of  the  time  scale. 

The  basic  unit  of  time,  the  second,  as  adopted  by 
international  agreement,  has  undergone  an  extensive 
evolutionary  process.  Prior  to  1956  the  second  was  de- 
fined as  one/86  400th  part  of  the  time  required  for  an 
average  rotation  of  the  earth  on  its  axis  with  respect  to 
the  sun.  This  "second"  of  time  was  discovered  to  have 
certain  irregularities  and  thus  in  1956  the  ephemeris 
second  was  adopted.  The  ephemeris  second  is  defined 
as  the  fraction  1/31  556  925.9747  of  the  tropical  year 
for  1900,  January  0  at  12:00  ephemeris  time. 

The  uncertainties  arising  in  astronomical  observations 
have  limited  the  precision  of  measurement  of  this  unit  of 
time  to  about  two  parts  in  109  and  thus  in  October,  1964, 
the  12th  General  Conference  of  Weights  and  Measures 
at  its  meeting  in  Paris  temporarily  adopted  an  alternate 
definition  of  the  second  based  on  a  transition  of  the 
cesium  atom.  The  exact  wording  of  the  action  of  the 
12th  General  Conference  was:  "The  standard  to  be  em- 
ployed is  the  transition  between  the  two  hyperfine 
levels  F  =  4,  mF  =  0  and  /=3,  Mf  =  0  of  the  funda- 
mental state  25i/2  of  the  atom  of  cesium  133  undisturbed 
by  external  fields,  and  the  value  9  192  631  770  Hertz 
(Hz)  is  assigned."  This  atomic  second  is  reproducible 
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with  a  much  greater  precision  than  the  ephemeris  sec- 
ond. 

In  spite  of  this  definition,  nations  have  also  been  com- 
mitted by  international  agreement  to  the  broadcast  of 
approximate  UT-2  time.  The  time  scale,  UT-2  is  essen- 
tially mean  solar  time  corrected  for  such  things  as  the 
migration  of  the  poles,  etc.  The  length  of  a  UT-2  "sec- 
ond" is  not  constant  in  terms  of  the  present  inter- 
nationally defined  atomic  second.  The  Bureau  Inter- 
national de  l'Heure  (BIH)  in  Paris  determines  a  reason- 
able approximation  of  the  UT-2  "second"  in  terms  of  the 
atomically  defined  second  and  all  coordinated  broad- 
casts emit  this  approximate  "second"  of  UT-2  time. 
This  difference  between  the  approximate  UT-2  "sec- 
ond" and  the  atomic  second  (presently  the  approximate 
UT-2  "second"  is  150 XlO"10  seconds  longer  than  the 
atomic  second)  is  determined  and  set  for  each  year  and 
announced  by  BIH.  By  "summing  up"  these  UT-2 
"seconds"  an  approximation  to  UT-2  (epoch)  time  is 
obtained.  Occasionally  step  adjustments  are  needed  in 
this  approximate  UT-2  scale  to  maintain  it  within  0.1 
seconds  of  the  astronomically  determined,  true  UT-2 
epoch. 

Thus  it  is  that  the  National  Bureau  of  Standards  has 
maintained  two  time  scales  for  the  past  several  years: 
1)  the  NBS-A  time  scale  is  based  on  the  present  inter- 
national definition  of  the  atomic  second  with  the  reso- 
nance of  the  appropriate  cesium  transition  being  used 
by  the  United  States  Frequency  Standard  (USFS);  the 
epoch  of  NBS-A  was  set  in  coincidence  with  UT-2  on 
January  1,  1958,  in  cooperation  with  the  United  States 
Naval  Observatory,  and  2)  the  NBS-UA  time  scale  is 
also  based  on  the  USFS  but  the  frequency  offsets  and 
step  adjustments  in  epoch  as  released  by  the  BIH  are 
incorporated  to  make  an  interpolated  "universal"  time 
scale  from  an  atomic  time  scale.  The  NBS  time  scales 
have  thus  accumulated  about  3.6  seconds  difference 
(NBS-UA  being  late  relative  to  NBS-A)  since  January 
1,  1958. 

The  clock  system  maintaining  NBS-A  and  NBS-UA 
has  evolved  with  the  state-of-the-art  in  frequency  and 
time  measurements.  The  present  system  is  believed  to 
have  a  precision  and  accuracy  of  time  interval  measure- 
ments which  is  limited  only  by  the  USFS  itself  for  time 
intervals  longer  than  a  few  days.  The  accuracy  of  the 
USFS  [l]  is  about  one  part  in  10u.  For  time  intervals 
of  the  order  of  one  day  or  less  the  clock  system  con- 
tributes an  additional  uncertainty  to  the  relative  error 
of  the  time  interval  measurements  of  about  3X10-12. 

The  NBS-UA  time  scale,  prior  to  January  1,  1965, 
was  disseminated  by  the  radio  stations  WWV,  WWVL, 
WWVB,  and  WWVH.  The  signals  emitted  by  these 
transmitters  were  phase  coherent  with  the  NBS-UA 
time  scale  such  that  the  standard  deviation  of  the  time 
error  between  a  clock  run  from  these  signals  and  the 
NBS-UA  time  scale  is  3  jus  for  the  WWVL/B  signals  and 
10  ms  for  the  WWV  signals. 

On  January  1,  1965,  radio  station  WWVB  (60  kHz 
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from  Fort  Collins,  Colo.)  began  operation  without  offset 
from  the  atomic  definition  of  the  second.  The  phase  of 
the  transmitter  for  WWVB  is  phase-locked  to  the  NBS-A 
time  scale  while  WWVL,  WWVH,  and  WWV  maintain 
coherence  with  the  NBS-UA  time  scale.  The  epoch  of 
the  one  second  "ticks"  on  the  carrier  of  WWVB  is 
shifted  in  increments  of  200  ms  in  order  to  maintain 
synchronism  with  UT-2  to  within  about  100  ms. 

The  NBS-A  and  NBS-UA  Time  Scales 
The  Clock  System 

The  NBS- A  and  NBS-UA  clock  system  has  under- 
gone considerable  evolution  since  its  beginning  in  1957. 
Starting  on  October  9,  1957,  the  National  Bureau  of 
Standards  assigned  atomic  times  to  the  pulses  of  radio 
station  WWV  on  a  daily  basis  in  terms  of  the  United 
States  Frequency  Standard;  this  was  the  beginning  of 
the  NBS-A  time  scale  [2].  The  epoch  of  NBS-A  time 
was  set  to  agree  within  about  0.1  ms  with  that  of  the 
A.l  atomic  time  scale  maintained  by  the  U.  S.  Naval 
Observatory  on  January  1,  1958.  In  this  way  the  NBS-A 
standard  time  scale  became  a  continuation  of  the  time 
sequence  of  events  used  to  synchronize  observers  every- 
where. Its  continuously  generated  epoch  forms  an  easily 
accessible  reference  scale  for  all  events.  This  is  a  pre- 
requisite for  all  standard  time  scales.  Time  continued  to 
be  generated  for  NBS-A  at  WWV  until  a  more  precise 
clock  system  was  constructed  at  the  National  Bureau  of 
Standards,  Boulder,  Colo.,  in  July,  1962.  On  April  24, 
1963,  synchronization  occurred  to  within  +5  (is  be- 
tween WWV  and  the  Boulder  clock  system  via  a 
portable  clock  [3].  Since  that  time,  the  NBS-A  time 
scale  has  been  maintained  at  the  National  Bureau  of 
Standards  in  Boulder,  having  the  very  desirable  feature 
of  being  located  in  close  proximity  to  the  USFS  so  that 
radio  propagation  is  no  longer  a  part  of  the  measuring 
scheme. 

The  NBS-UA  time  scale  is  also  generated  by  the  same 
clock  system  generating  NBS-A.  Its  direct  synchroniza- 
tion with  WWV  was  accomplished  in  the  same  clock 
transport  of  April  24,  1963  [3]. 

The  present  clock  system  consists  of  four  quartz 
crystal  oscillators  and  one  rubidium  gas  cell.  Each  oscil- 
lator has  coupled  to  it  a  clock  to  count  cycles;  the  100 
kHz  nominal  frequency  from  the  oscillator  is  divided 
down  and  generates  indicated  time  intervals  of  about 
one  second.  Each  of  the  five  clock  combinations  is  left 
to  run  freely  except  when  its  frequency  exceeds  its 
nominal  frequency  by  more  than  one  part  in  10s;  it  runs 
independently  of  all  of  the  other  four,  and  hence  from 
each  a  time  scale  can  be  constructed. 

Time  is  determined  in  the  following  fashion.  It  has 
been  found  that  as  a  good  quartz  crystal  oscillator  ages, 
its  frequency  drift  rate  approaches  a  constant,  and  that 
after  a  relatively  short  time  (of  the  order  of  a  few  weeks) 
the  oscillator  can  be  assumed  to  a  very  good  approxima- 
tion to  have  a  frequency  drift  which  is  linear  with  the 
indicated  time.  Most  approximately-periodic  devices 
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whose  true  frequency  /  can  be  measured  sufficiently 
often  in  terms  of  a  standard  may  be  used  to  generate 
time.  If  the  nominal  frequency  of  such  a  device  is/„,  and 
the  number  of  oscillations  (periods)  in  the  true  time  t 
is  N,  then  the  indicated  time  r  for  this  interval  is 

t  =  N/f 

or  for  infinitesimal  fractions  of  a  cycle  dN 

dr  =  dN/fn. 

On  the  other  hand,  the  actual  time  elapsed  for  this  same 
small  fraction  of  a  period  is 

it  =  dN/f.  (1) 

Substitution  and  integration  leads  immediately  to  the 
expression  for  the  total  elapsed  time 

in  terms  of  the  indicated  time.  Now  the  defined  fre- 
quency of  the  standard  /s  which  is  identical  with  its  true 
frequency  by  definition,  is  a  certain  multiple  r  of  the  true 
frequency  of  the  clock,  i.e.,fs/f  =  r.  In  general,  r  depends 
on  the  indicated  time.  Hence,  one  can  write 


If  the  clock  were  the  standard  itself,  then  one  would 
have  r  =  1,  and  t=r.  The  frequency  standard  would  also 
be  the  time  standard.  In  actual  practice,  this  is  not  con- 
venient, and  the  time  may  be  calculated  from  accumu- 
lated data  on  the  value  of  the  function  r.  Since  /  differs 
only  slightly  from/n,  r  may  be  written  in  the  form 

r  =  /.//„  +  dr 

where  5r  is  a  small  quantity  relative  to  fs/fn-  Thus  the 
true  atomic  time  is  given  by  the  expression 

t  =  t  +  —  f  Srdr.  (4) 
/.  Jo 

The  second  term  is  generally  a  very  small  correction, 
and  is  approximated  by  a  summation  of  discrete  mea- 
surements. In  fact,  this  integral  is  approximated  by  a 
sum  of  terms  based  on  the  assumption  of  a  linear  drift 
in  frequency  between  measurements  of  br. 

The  assumption  of  a  linear  frequency  drift  for  a 
quartz  crystal  oscillator  between  daily  calibrations  is  at 
variance  with  certain  perturbations  often  observed  in 
the  frequency  of  quartz  oscillators.  These  variations 
are  due  to  fluctuations  in  the  ambient  temperature  and 
in  the  60  Hz  line  voltage;  there  have  been  frequency 
shifts  due  to  a  change  in  load  on  an  oscillator,  and  in- 
herent circuit  noise  has  been  observed  to  induce  statisti- 
cal fluctuations  which  cause  an  oscillator  to  depart  from 
the  predominant  linear  frequency  drift  behavior.  All  but 
the  last  of  these  effects  can  and  have  been  controlled  by 
proper  electronic  design  and  laboratory  techniques.  The 
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interesting  problem  of  statistical  fluctuations  caused  by 
inherent  oscillator  noise  has  stimulated  a  great  deal  of 
study  by  several  people  in  order  to  determine  the  sta- 
tistical characteristics  of  the  noise  and  its  effect  on  the 
time  error  and  precision  of  various  types  of  oscillators 
[4].  Recently  some  additional  results,  not  yet  published, 
have  been  established  by  the  authors.  One  result  is  that 
the  deviation  in  the  incremental  time  accumulated  by 
a  quartz  crystal  oscillator  during  one  calibration  inter- 
val is  almost  completely  independent  of  the  deviations 
obtained  in  previous  intervals  so  that  the  errors  com- 
pound by  nearly  a  random  walk  process.  As  an  example 
this  "rms  time  error"  for  our  best  oscillator  is  0.3  jus  for 
one  day  (or  3  parts  in  1012).  If  one  were  to  make  daily 
measurements  on  the  oscillator  for  100  days,  the  rms 
time  error  would  be  V100  X0.3  or  3  us  for  approximately 
three  months  (or  3  parts  in  1013).  The  conclusion  is  that 
as  time  progresses  the  relative  precision  of  the  NBS-A 
time  scale  approaches  that  of  the  standard  rather  than 
that  of  the  clock  system,  in  the  sense  that  the  ratio  of 
the  accumulated  error  in  time  to  total  elapsed  time  ap- 
proaches zero  as  t~112,  so  that  the  accuracy  of  the  time 
scale  approaches  that  of  the  USFS  for  long  elapsed  time. 

Various  experiments  have  been  conducted  by  the 
authors  to  determine  if  systematic  errors  are  present  in 
the  oscillators.  One  quite  conclusive  experiment  was  to 
compare  two  of  the  oscillator  clocks  as  independent  time 
generators.  One  of  these  was  a  quartz  crystal  oscillator 
and  the  other  was  the  rubidium  gas  cell,  each  in  different 
rooms,  at  different  temperatures,  and  under  basically 
different  operating  conditions.  The  divergence  between 
the  two  could  be  explained  entirely  in  terms  of  the  ran- 
dom walk  phenomenon.  Moreover,  if  systematic  errors 
were  present,  they  were  less  than  5X10-13. 

Typically,  each  oscillator  is  compared  to  the  USFS 
for  approximately  fifteen  minutes  each  working  day. 
The  integration  of  (4)  is  approximated  on  the  basis  of 
a  linear  frequency  drift  between  calibrations. 

Comparison  With  Other  Time  Scales 

Regardless  of  the  confidence  limits  one  assigns  to  the 
NBS-A  time  scale  due  to  internal  consistencies,  it  is 
desirable  to  make  external  measurements  to  help  insure 
that  no  significant,  undiscernible,  systematic  errors 
exist  in  the  system.  Comparisons  have  been  made  with 
Laboratoire  Suisse  de  Recherches  Horlogeres  (LSRH), 
Neuchatel,  Switzerland,  and  with  the  United  States 
Naval  Observatory. 

The  modus  operandi  of  the  LSRH  atomic  time  scale 
(denoted  TAi)  is  very  similar  to  that  of  NBS-A  in  that 
it  employs  cesium133  as  the  standard,  and  high  quality 
quartz  crystal  oscillators  coupled  with  clocks  to  inter- 
polate time  and  frequency  between  calibrations  in  terms 
of  the  standard.  In  spite  of  these  basic  similarities,  the 
fact  that  TAi  is  completely  independent  of  NBS-A 
indicates  that  a  comparison  between  the  two  should  be 
very  significant. 

The  comparison  [5]  was  made  using  the  NBS  con- 
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Fig.  1.    Comparison  on  the  time  scales  TAl  and  NBS-A. 
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Fig.  2.    Arrival  time  of  Loran  C  pulses  on  the  NBS-UA  time  scale. 

trolled  radio  station,  WWV,  Greenbelt,  Md.  Figure  1 
shows  a  plot  of  the  reception  times  of  pulses  on  the  TAi 
time  scale  since  1957  minus  the  emission  times  of  the 
corresponding  WWV  pulses  on  the  NBS-A  time  scale. 
The  standard  deviation  for  each  data  point  plotted  is 
about  0.2  ms,  and  the  propagation  delay  is  of  the  order 
of  25  ms,  determined  roughly  from  the  distance. 

It  is  interesting  to  note  the  effect  exhibited  by  the 
curve  in  1960  when  the  United  States  adopted  the 
laboratory  cesium  beam  standard,  NBS-II,  as  the 
USPS,  and  LSRH  changed  from  the  N14H3  maser  to 
Cs133  as  their  standard.  The  divergence  over-all  is 
~3X10~n  s/s;  from  epoch  1962.2  on,  the  divergence  is 
^1X10-11  s/s,  with  TAi  high  in  frequency  relative  to 
NBS- A.  This  latter  divergence  is  just  the  stated  accu- 
racy for  each  of  the  standards  involved.  In  June  1964, 
L.  Cutler  and  A.  S.  Bagley  [6]  carried  two  portable 
cesium  beam  standards  to  Neuchatel,  Switzerland,  and 
measured  the  frequency  of  the  LSRH  cesium  standard 
and  then  traveled  to  Boulder  and  measured  the  fre- 
quency of  the  USPS.  Assuming  no  change  in  the  porta- 
ble standards  during  travel,  the  frequency  of  the  USFS 
agreed  with  that  of  the  LSRH  standard  to  within 
1  X10"11. 

The  Loran  C  master  is  basically  the  Naval  Observa- 
tory's approximation  to  UT-2  controlled  in  terms  of  the 
scale  A.l,  and  hence  the  comparison  of  A.l  with  NBS-A 
was  accomplished  by  monitoring  the  arrival  time  of  the 
Loran  C  pulses  on  the  NBS-UA  time  scale.  A  plot  of 
hese  reception  times  on  the  NBS-UA  time  scale  is 
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shown  in  Fig.  2.  The  straight  line  least  squares  fit  to 
the  data  shows  a  divergence  rate  (slope)  of  1.5XlO-11s/s 
with  the  Loran  C  master  being  low  in  frequency  relative 
to  the  NBS-UA  time  scale. 

The  Automatic  Generation  of  a  Time  Scale 

The  computer  typically  takes  two  weeks  of  data  be- 
fore the  individual  times  of  each  of  the  five  clocks  are 
calculated  and  averaged  to  yield  NBS-A  and  NBS-UA. 
In  this  situation  one  cannot  determine  the  time  an  event 
occurred,  as  measured  by  any  one  of  the  clocks  in  the 
system,  until  after  the  computer  has  processed  the  data. 
Therefore,  it  was  very  desirable  to  construct  a  clock 
that  is  on  time  and  on  frequency.  Such  a  device  would 
have  great  utility  in  the  immediate  dissemination  of 
time  and  frequency.  A  uniform  frequency  and  time 
generator  was  therefore  constructed  at  the  NBS  Boulder 
Laboratories.  The  idea  for  the  device  was  conceived  by 
L.  Fey;  concurrently  and  independently  a  commercial 
concern  constructed  a  similar  one.  The  device  called  a 
Drift  Corrected  Oscillator  (DCO)  utilizes  the  charac- 
teristic of  a  good  quartz  crystal  oscillator  mentioned 
earlier:  Its  frequency  drift  rate  after  aging  is  nearly 
constant.  The  utilization  is  accomplished  by  cascading 
two  mechanical  ball  disk  integrators  and  coupling  the 
output  to  a  continuous  phase  shifter;  the  phase  shifter 
in  turn  is  inserted  on  the  output  of  a  good  quartz  oscil- 
lator. The  combination  generates  a  stable  frequency  and 
a  nearly  uniform  time  scale  which  approximates  NBS- 
UA. 

A  DCO  has  been  maintained  to  approximate  the 
NBS-UA  time  scale  since  November,  1963,  and  has  been 
controlling  the  time  and  frequency  transmissions  of  the 
NBS  since  January  17,  1964.  The  standard  deviation 
from  the  NBS-UA  scale  of  the  time  pulses  from  this  de- 
vice since  it  began  operation  is  3  yus,  and  the  standard 
deviation  of  its  fractional  frequency  offset  determined 
in  terms  of  the  USFS,  has  been  5  X  10~12  on  a  daily  basis, 
4X10-12  on  a  weekly  basis,  and  2X10-12  on  a  monthly 
basis. 

The  Dissemination  of  NBS-UA 

The  NBS-UA  time  scale  is  available  to  the  public 
through  the  NBS  broadcasting  services.  NBS  directly 
controls  the  broadcasts  from  four  different  stations: 
WWV  (2.5  MHz,  5  MHz,  10  MHz,  15  MHz,  20  MHz, 
25  MHz)  and  WWVH  (5  MHz,  10  MHz,  15  MHz), 
high-frequency  stations  known  and  used  for  many  years; 
WWVB  (60  KHz),  a  low-frequency  station  initiated  at 
Boulder  in  the  mid-fifties  and  rebuilt  at  Fort  Collins  in 
1963;  and  WWVL  (20  KHz),  a  very  low-frequency  sta- 
tion started  in  1960  at  Sunset,  Colo.,  and  rebuilt  at 
Fort  Collins  in  1963. 

The  Atomic  Frequency  and  Time  Interval  Standards 
Section  provides  signals  suitable  for  controlling  preci- 
sion broadcasts  which  are  maintained  within  close  toler- 
ances to  the  USFS  and  NBS-UA.  This  constitutes  the 
first  step  in  disseminating  these  standards. 
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The  second  step  occurs  in  relating  this  information  to 
the  LF  and  VLF  broadcasts  at  Fort  Collins.  This  is 
accomplished  as  follows:  The  LF  and  VLF  signals 
broadcast  from  Fort  Collins  are  phase  monitored  at 
NBS,  Boulder;  the  phases  of  these  signals  are  compared 
with  the  standard  reference  signal;  error  signals  with 
appropriate  sense  and  magnitude  are  transmitted  by 
FM  to  Fort  Collins;  these  error  signals  drive  servosys- 
tems  to  accomplish  the  required  transmitted  phase  cor- 
rections for  both  frequencies  so  that  each  is  directly 
related  to  the  standards  provided. 

This  system  reduces  the  transmitted  phase  variations 
received  at  Boulder  to  the  point  where  the  actual  trans- 
mitted phase  is  coherent  with  the  reference  phase  to  a 
tolerance  of  ±0.1  jus.  The  complete  system,  to  be  de- 
scribed in  detail  elsewhere,  has  proven  to  be  very  reli- 
able, well-engineered,  and  adequate  for  present  needs. 

The  third  step  in  disseminating  the  frequency  and 
time  standards  is  to  relate  the  HF  broadcasts  from 
WWV  and  WWVH  to  WWVB  and  WWVL  and  thence 
directly  back  to  NBS-UA. 

This  is  accomplished  at  present  by  phase  monitoring 
WWVB  and  WWVL  at  the  HF  stations  and  using  this 
information  to  control  the  operating  oscillators.  Thus, 
WWV  is  phase-locked  to  WWVL  which  in  turn  is  phase- 
locked  to  NBS-UA,  just  as  synchronous  electric  clocks 
are  phase-locked  to  the  60  Hz  power  line.  Until  now  no 
attempt  has  been  made  to  control  WWVH  to  tolerances 
better  than  1  ms  but  WWV  has  been  the  subject  of  ex- 
perimental efforts  to  determine  the  best  tolerance 
limits  which  could  be  applied  realistically  to  frequency 
and  time  control  of  a  remote  station. 

Using  the  signals  from  WWVL  as  a  reference,  the 
operator  at  WWV  was  instructed  on  January  18,  1964, 
to  maintain  his  oscillator  by  incremental  adjustments 
as  needed  to  maintain  phase  with  Fort  Collins.  These 
adjustments  were  to  be  limited  to  a  part  in  1011  or  less. 

The  results  of  this  experiment  are  as  follows: 


Date 

Clock  at  WWV  relative  to  NBS-UA 

April  24,  1963 

On  time  (by  definition)  [2] 

March  3-5,  1964 

508  /is  fast 

May  4,  1964 

524  us  fast 

May  18,  1964 

5 1 7  /us  fast 

May  23,  1964 

512  jus  fast 

July  22,  1964 

518  /js  fast 

September  14,  1964 

518  ms  fast 

The  data  tabulated  here  were  accumulated  by  porta- 
ble clock  carrying  techniques  using  both  commercially 
available  clocks  and  NBS  built  clocks  of  the  crystal 
oscillator  type.  The  agreement  of  the  measurements  on 
a  round-trip  basis  indicate  a  measurement  accuracy 
approaching  a  microsecond. 

An  examination  of  the  complete  data  over  this  period 
reveals  the  fact  that  WWV,  since  the  middle  of  Janu- 
ary, 1964,  has  been  time  controlled  to  NBS-UA  within 
a  tolerance  of  +  10  jus.  This  is  a  positive  improvement 
in  time  dissemination. 
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It  is  desirable  to  indicate  several  steps  that  must  be 
taken  in  the  future  to  improve  the  control  of  a  remote 
oscillator. 

1)  Continuous  drift  compensation  in  place  of  present 
incremental  adjustments  in  the  remote  oscillator 
system. 

2)  Improved  VLF  receivers  to  provide  greater  accu- 
racy and  redundancy. 

3)  Development  of  techniques  to  correct  for  propa- 
gation time  variations. 

Conclusion 

The  National  Bureau  of  Standards  has  established 
and  maintained  an  atomic  time  scale  (NBS-A)  and  an 
atomically  controlled  approximation  to  UT-2  (NBS- 
UA),  with  their  beginnings  in  late  1957.  Since  that  time 
many  improvements  both  in  the  United  States  Fre- 
quency Standard  and  the  clock  systems  accumulating 
the  time  scales  have  taken  place.  The  present  system, 
located  entirely  at  the  Boulder  Radio  Standards  Labo- 
ratory, Institute  of  Basic  Standards,  of  the  National 
Bureau  of  Standards,  is  believed  to  have  a  timing  pre- 
cision of  0.3  jus  for  a  one  day  interval  and  is  limited 
primarily  by  the  accuracy  and  precision  of  the  USPS 
(accuracy  of  one  part  in  10L1  and  precision  of  two  parts 
in  101'2  for  fifteen  minute  averages)  for  longer  intervals. 

The  standard  frequency  broadcast  stations  WWVB 
and  WWVL  are  directly  phase  controlled  by  the  auxil- 
iary continuously  generated  approximation  to  the 
NBS-UA  scale.  It  is,  therefore,  possible  to  make  use  of 
the  properties  of  LF  and  VLF  propagation  to  hold  any 
number  of  clocks  at  quite  remote  locations  in  very  pre- 
cise (±10  jus)  synchronism  indefinitely  with  the  NBS- 
UA  scale  and  hence  with  each  other.  Experiments  at 
radio  station  WWV  have  proven  the  feasibility  of  this 
mode  of  time  control. 
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AN  ANALYSIS  OF  A  LOW  INFORMATION  RATE 
TIME  CONTROL  UNIT 

Lowell  Fey,  James  A.  Barnes,  and  David  V.r.  Allan 
National  Bureau  of  Standards ,  Boulder,  Colorado 

Timing  systems  which  are  driven  by  unadjusted  quartz  crystal 
oscillators  accumulate  errors  due  to  oscillator  frequency  instability.  To 
realize  maximum  timekeeping  precision,  assuming  a  frequency  calibration 
is  avaiLible  intermittently,  the  oscillator  frequency  must  be  correspondingly 
readjusted  or  the  clock  must  be  reset,  or  a  bookkeeping  method  employed  to 
systematically  account  for  errors.    At  best,  none  of  these  procedures  is  as 
satisfactory  as  having  a  stable  frequency  available  continuously;  besides 
being  time  consuming,  the  above  expedients  always  introduce  a  possibility 
for  error.    In  an  operational  system,  the  problem  is  compounded  because 
coordination  is  required  among  a  number  of  people  in  a  number  of  stations. 
To  minimize  these  disadvantages  and  in  some  cases  improve  accuracy,  a 
method  of  operation  which  retains  oscillator  synchronization  as  automatical- 
ly as  possible  is  desired. 

In  first  approximation,  to  keep  separately  located  clocks  in 
synchronism,  it  is  only  necessary  that  their  driving^ os cillator s  operate  at 
the  same  nominal  frequency.    As  shown  by  Barnes,     this  specification  is 
not  sufficient  because  of  the  occurrence  of  a  particularly  troublesome  low 
frequency  (flicker)  noise  in  oscillators.    This  noise  causes  a  statistical 
divergence  in  the  times  kept  by  clocks  driven  by  separate  oscillators  even 
though  their  frequencies  are  nominally  the  same.    For  clock  synchronism 
over  an  indefinitely  long  period,  their  driving  frequencies  must  be  locked 
together  continuously.    Within  the  same  laboratory,  this  is  not  difficult  to 
accomplish;  the  problem  of  interest  is  to  maintain  remotely  located  clocks 
in  synchronism.    Practical  methods  for  arbitrary  locations  involve  some 
type  of  radio  propagation.    The  limitations  of  high  frequency  broadcasts 
such  as  those  from  WWV,  are  well-known  to  prevent  synchronism  to  better 
than  about  1  millisecond.    With  VLF  propagation,  however,  ionospheric 
conditions  are  sufficiently  stable  to  permit  phase  comparison,  and  thus 
synchronization,  between  oscilla.tors  at  receiver  and  transmitter.  Unattend- 
ed oper?.tion  of  such  a  system  is  made  impractical  by  diurnal  shifts  in 
received  phase,  making  visual  interpretation  necessary  to  extract  frequency 
comparison  information  from  a  record  of  received  carrier  phase  compared 
to  local  oscillator  phase.    In  doing  this,  the  most  reliable  data  results  if 
phase  difference  is  determined  for  the  most  stable  period  each  day. 
Generally,  this  period  is  that  of  a  few  hours  near  midda.y  on  the  propagation 
path;  during  the  night,  oscillator  phase  is  degraded  by  increased  propaga- 
tion fluctuation  and  a.  phase  offset  error  occurs  as  a  result  of  sunrise  and 
sunset  diurnal  phase  changes.    In  order  to  overcome  these  difficulties  .as 
well  as  to  permit  compensation  for  local  oscillator  frequency  drift  without 
step  frequency  adjustments ,  the  concept  of  a  multiple  loop  servo  system  ha.s 
been  developed. 
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The  second  step  occurs  in  relating  this  information  to 
the  LF  and  VLF  broadcasts  at  Fort  Collins.  This  is 
accomplished  as  follows:  The  LF  and  VLF  signals 
broadcast  from  Fort  Collins  are  phase  monitored  at 
NBS,  Boulder;  the  phases  of  these  signals  are  compared 
with  the  standard  reference  signal;  error  signals  with 
appropriate  sense  and  magnitude  are  transmitted  by 
FM  to  Fort  Collins;  these  error  signals  drive  servosys- 
tems  to  accomplish  the  required  transmitted  phase  cor- 
rections for  both  frequencies  so  that  each  is  directly 
related  to  the  standards  provided. 

This  system  reduces  the  transmitted  phase  variations 
received  at  Boulder  to  the  point  where  the  actual  trans- 
mitted phase  is  coherent  with  the  reference  phase  to  a 
tolerance  of  +0.1  jus.  The  complete  system,  to  be  de- 
scribed in  detail  elsewhere,  has  proven  to  be  very  reli- 
able, well-engineered,  and  adequate  for  present  needs. 

The  third  step  in  disseminating  the  frequency  and 
time  standards  is  to  relate  the  HF  broadcasts  from 
WWV  and  WWVH  to  WWVB  and  WWVL  and  thence 
directly  back  to  NBS-UA. 

This  is  accomplished  at  present  by  phase  monitoring 
WWVB  and  WWVL  at  the  HF  stations  and  using  this 
information  to  control  the  operating  oscillators.  Thus, 
WWV  is  phase-locked  to  WWVL  which  in  turn  is  phase- 
locked  to  NBS-UA,  just  as  synchronous  electric  clocks 
are  phase-locked  to  the  60  Hz  power  line.  Until  now  no 
attempt  has  been  made  to  control  WWVH  to  tolerances 
better  than  1  ms  but  WWV  has  been  the  subject  of  ex- 
perimental efforts  to  determine  the  best  tolerance 
limits  which  could  be  applied  realistically  to  frequency 
and  time  control  of  a  remote  station. 

Using  the  signals  from  WWVL  as  a  reference,  the 
operator  at  WWV  was  instructed  on  January  18,  1964, 
to  maintain  his  oscillator  by  incremental  adjustments 
as  needed  to  maintain  phase  with  Fort  Collins.  These 
adjustments  were  to  be  limited  to  a  part  in  10u  or  less. 

The  results  of  this  experiment  are  as  follows: 


Date 

Clock  at  WWV  relative  to  N  BS-UA 

April  24,  1963 

On  time  (by  definition)  [2] 

March  3-5,  1964 

508  fast 

May  4,  1964 

524  us  fast 

May  18,  1964 

517  /us  fast 

May  23,  1964 

512  ^s  fast 

July  22,  1964 

518  /us  fast 

September  14,  1964 

518  ms  fast 

The  data  tabulated  here  were  accumulated  by  porta- 
ble clock  carrying  techniques  using  both  commercially 
available  clocks  and  NBS  built  clocks  of  the  crystal 
oscillator  type.  The  agreement  of  the  measurements  on 
a  round-trip  basis  indicate  a  measurement  accuracy 
approaching  a  microsecond. 

An  examination  of  the  complete  data  over  this  period 
reveals  the  fact  that  WWV,  since  the  middle  of  Janu- 
ary, 1964,  has  been  time  controlled  to  NBS-UA  within 
a  tolerance  of  + 10  fis.  This  is  a  positive  improvement 
in  time  dissemination. 
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It  is  desirable  to  indicate  several  steps  that  must  be 
taken  in  the  future  to  improve  the  control  of  a  remote 
oscillator. 

1)  Continuous  drift  compensation  in  place  of  present 
incremental  adjustments  in  the  remote  oscillator 
system. 

2)  Improved  VLF  receivers  to  provide  greater  accu- 
racy and  redundancy. 

3)  Development  of  techniques  to  correct  for  propa- 
gation time  variations. 

Conclusion 

The  National  Bureau  of  Standards  has  established 
and  maintained  an  atomic  time  scale  (NBS-A)  and  an 
atomically  controlled  approximation  to  UT-2  (NBS- 
UA),  with  their  beginnings  in  late  1957.  Since  that  time 
many  improvements  both  in  the  United  States  Fre- 
quency Standard  and  the  clock  systems  accumulating 
the  time  scales  have  taken  place.  The  present  system, 
located  entirely  at  the  Boulder  Radio  Standards  Labo- 
ratory, Institute  of  Basic  Standards,  of  the  National 
Bureau  of  Standards,  is  believed  to  have  a  timing  pre- 
cision of  0.3  ^is  for  a  one  day  interval  and  is  limited 
primarily  by  the  accuracy  and  precision  of  the  USPS 
(accuracy  of  one  part  in  10"  and  precision  of  two  parts 
in  1012  for  fifteen  minute  averages)  for  longer  intervals. 

The  standard  frequency  broadcast  stations  WWVB 
and  WWVL  are  directly  phase  controlled  by  the  auxil- 
iary continuously  generated  approximation  to  the 
NBS-UA  scale.  It  is,  therefore,  possible  to  make  use  of 
the  properties  of  LF  and  VLF  propagation  to  hold  any 
number  of  clocks  at  quite  remote  locations  in  very  pre- 
cise (±10  ixs)  synchronism  indefinitely  with  the  NBS- 
UA  scale  and  hence  with  each  other.  Experiments  at 
radio  station  WWV  have  proven  the  feasibility  of  this 
mode  of  time  control. 
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AN  ANALYSIS  OF  A  LOW  INFORMATION  RATE 
TIME  CONTROL  UNIT 
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Timing  systems  which  are  driven  by  unadjusted  quartz  crystal 
oscillators  accumulate  errors  due  to  oscillator  frequency  instability.  To 
realize  maximum  timekeeping  precision,  assuming  a  frequency  calibration 
is  available  intermittently,  the  oscillator  frequency  must  be  correspondingly 
readjusted  or  the  clock  must  be  reset,  or  a  bookkeeping  method  employed  to 
systematically  account  for  errors.    At  best,  none  of  these  procedures  is  as 
satisfactory  as  having  a  stable  frequency  available  continuously;  besides 
being  time  consuming,  the  above  expedients  always  introduce  a  possibility 
for  error.    In  an  operational  system,  the  problem  is  compounded  because 
coordination  is  required  among  a  number  of  people  in  a  number  of  stations. 
To  minimize  these  disadvantages  and  in  some  cases  improve  accuracy,  a 
method  of  operation  which  retains  oscillator  synchronization  as  automatical- 
ly as  possible  is  desired. 

In  first  approximation,  to  keep  separately  located  clocks  in 
synchronism,  it  is  only  necessary  that  their  driving^ os cillator s  operate  at 
the  same  nominal  frequency.    As  shown  by  Barnes,     this  specification'  is 
not  sufficient  because  of  the  occurrence  of  a  particularly  troublesome  low 
frequency  (flicker)  noise  in  oscillators.    This  noise  causes  a  statistical 
divergence  in  the  times  kept  by  clocks  driven  by  separate  oscillators  even 
though  their  frequencies  are  nominally  the  same.    For  clock  synchronism 
over  an  indefinitely  long  period,  their  driving  frequencies  must  be  locked 
together  continuously.    Within  the  same  laboratory,  this  is  not  difficult  to 
accomplish;  the  problem  of  interest  is  to  maintain  remotely  located  clocks 
in  synchronism.    Practical  methods  for  arbitrary  locations  involve  some 
type  of  radio  propagation.    The  limitations  of  high  frequency  broadcasts 
such  as  those  from  WWV,  are  well-known  to  prevent  synchronism  to  better 
than  about  1  millisecond.    With  VLF  propagation,  however,  ionospheric 
conditions  are  sufficiently  stable  to  permit  phase  comparison,  and  thus 
synchronization,  between  oscillators  at  receiver  and  transmitter.  Unattend- 
ed operation  of  such  a  system  is  made  impractical  by  diurnal  shifts  in 
received  phase,  making  visual  interpretation  necessary  to  extract  frequency 
comparison  information  from  a  record  of  received  carrier  pha.se  compared 
to  local  oscillator  phase.    In  doing  this,  the  most  reliable  data  results  if 
phase  difference  is  determined  for  the  most  stable  period  each  day. 
Generally,  this  period  is  that  of  a  few  hours  near  midda.y  on  the  propagation 
path;  during  the  night,  oscillator  phase  is  degraded  by  increased  propaga- 
tion fluctuation  and  a  phase  offset  error  occurs  as  a  result  of  sunrise  and 
sunset  diurnal  phase  changes.    In  order  to  overcome  these  difficulties  .as 
well  as  to  permit  compensation  for  local  oscillator  frequency  drift  without 
step  frequency  adjustments ,  the  concept  of  a  multiple  loop  servo  system  h?.s 
been  developed. 
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Such  a  system  evolves  from  a  single  loop  system  such  as  used  in 

VLF  phase  tracking  receivers  as  follows.    The  conventional  idefilized  single 

loop  servo  diagram  is  illustrated  in  Figure  1.    Here  the  reference  phase 

UJ  t  is  assumed  to  result  from  a  constant  angula.r  frequency,    uu  ,    while  the 

local  oscillator  phase  is  equal  to  u)  t  plus  a  small  difference    c{t).  The 

o 

function  of  the  servo  loop  is  to  ma.intain  the  corrected  phase  output  from  the 
local  oscillator,    ?QU^»    in  agreement  with  the  reference  phase,    5  . 
This  is  done  by  integrating  the  error  between  these  two  phases  witn  respect 
to  time  to  produce  a  rate  of  change  of  phase  in  a  direction  that  will  reduce 
the  phase  error.    A  step  function  error  will  thus  produce  a  correction  which 
decreases  as  e       .    The  time  constant  associated  with  this  loop  is  seen  to 
be  t  -  j£  .    If  instead  of  a  step  function  phase  error,  a  frequency  difference, 
AO),  exists  between  reference  and  local  oscillator,  the  uncorrected  phase 
errors  will  increase  linearly  with  time.    The  action  of  the  feedback  loop 
will  then  be  to  supply  a  continuous  phase  correction  while  operating,  of 
necessity,  with  a  steady  state  phase  error  of  magnitude    ■— -  .    The  addition 
of  a  second  loop  will  improve  this  situation  as  shown  in  Figure  2. 

If  a  frequency  difference,    A^j    exists  between  reference  and  local 
oscillators,  the  phase  error  will  be  corrected  as  before  with  time  constant 
Tj  .    At  the  same  time  the  second  loop  integrator  also  contributes  an  error 
correction,  reducing  the  correction  necessary  by  the  first  loop  until,  at 
steady  state,  all  the  correction  is  supplied  by  the  second  loop  and  no 
residual  error  is  required  as  input  to  the  first  integrator.    In  effect,  an 
error  different  from  zero  for  finite  length  of  time  has  been  integrated  to  a 
constant  by  the  first  integrator.    This  constant  input  to  the  second  integrator 
produces  an  output  correction  which  has  the  desired  property  of  increasing 
linearly  with  time.    Since  such  a  svstem,  now  has^  the  possibility  of  being 
unstable,  the  time  constants    t    -  t —    and    j    -  - —    must  be  adjusted,  as 

1    f\  Z 
treated  in  the  usual  servo  theory,  ^  to  provide  stability  and  optimum  tran- 
sient response.    After  equilibrium  has  been  reached,  since  no  steady  state 
phase  error  is  required  to  actuate  the  servo  loops,  the  reference  may  be 
removed  and  the  output  phase  will  continue  to  follow  the  reference  phase 
even  though  a  frequency  difference  exists  between  reference  and  local 
oscillator.    Carrying  this  procedure  one  step  further,  a  third  loop  may  be 
added,  extending  the  performance  capability  to  that  of  compensating  for  a 
linear  change  in  oscillator  frequency,  that  is  for  oscillator  drift.    Then,  as 
before,  after  equilibrium  has  been  reached,  the  system  will  adjust  itself  so 
that  the  necessary  oscillator  drift  correction  is  shared  by  the  Znd  and  3rd 
loops  with  none  required  of  the  first  loop.    Consequently  the  output  frequency 
will  again  continue  to  remain  constant  after  the  reference  frequency  has  been 
removed.    No  further  comparison  to  the  constant  reference  frequency  would 
be  necessary  if  it  were  not  for  previously  mentioned  flicker  fluctuations 
which  perturb  the  oscillator  frequency. 

A  realistic  model  of  the  behaviour  of  a  good  quartz  crystal  oscillator 
is  to  consider  it  as  a  source  of  frequency  which  increases  at  a  constant  rate, 
(drift),  upon  which  is  superimposed  low  frequency  fluctuations  known  as 
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flicker  frequency  modulation.    This  is  a  type  of  fluctuation  having  a  power 
spectrum  proportional  to    —   where  f  now  refers  to  frequency  components 
of  the  fluctuation.    Thus  §(t)    is  composed  of  a  deterministic  portion  due  to 
oscillator  frequency  offset  from  the  reference  and  oscillator  frequency  drift 
plus  a  random  portion  due  to  flicker  noise.    The  effect  of  flicker  noise  is  to 
prevent  a  precise  determination  of  oscillator  frequency  and  drift  rate  since 
difficulty  arises  in  separating  flicker  noise  from  drift. 

This  difficulty  is  illustrated  in  Figure  3.    The  ordinate,  variance 
—  — — —  -  presents  a  measure  ox  spread,  or  fluctuation,  in  the  phases 

T 

(times)  accumulated  by  an  ensemble  of  oscillators  as  a  function  of  sample 
time,    t»    given  on  the  abscissa.    The  negative  slope  region  for  short  sample 
time  corresponds  to  thermal  or  white  noise  and  indicates  that  improvement 
in  precision  can  be  made  by  increasing  measuring  time.    At  times  of  the 
order  of  one  second,  flicker  noise  begins  to  predominate  and  has  the  effect 
of  preventing  further  increase  of  precision  with  increasing  sample  time  as 
well  as  producing  the  annoyance  of  a  divergence  of  frequency  fluctuation 
with  increasing  N,  the  number  of  samples.    For  illustration  of  differences, 
representative  time  series  samples  of  various  types  of  noise  are  shown  in 
Figure    4  .    The  most  widely  known  is  white  noise,  upper  left,  having  the 
property  of  no  correlation  in  time  from  point  to  point,  and  thus  no  frequency 
dependence  in  its  power  spectrum.    At  the  lower  left  is  flicker  noise  which 
has  been  shown    to  apply  to  the  frequency  fluctuations  of  quartz  crystal 
oscillators.    It  exhibits  correlation  in  time  and  a    —  frequency  dependence. 
For  further  comparison  successively  higher  correlation  and  frequency 
dependence  are  shown  in  random  walk,  — —    and  flicker  walk  ~,  (corre- 

f2  f* 

sponding  to  the  phase  noise  for    —  FM),  upper  and  lower  right. 

The  servo  design  problem  now  becomes  one  of  optimizing  the  loop 
time  constants  to  provide  the  most  stable  operation  in  the  presence  of 
flicker  noise,  assuming  periodic  synchronization  to  a  standard  reference 
frequency.    Since  detailed  analysis  of  a  third-order  feedback  system 
requires  numerical  techniques  even  without  treatment  of  noise,  and  servo 
running  times  of  months  or  years  are  contemplated  making  real  time 
experiments  impractical,  and  since  an  efficient  technique  has  recently  been 
developed  for  computer  generation  of  flicker  noise,     it  was  decided  to 
carry  out  the  initial  investigation  entirely  with  the  use  of  a  digital  computer. 

Figure  5,  obtained  from  a  digital  computer  plot,  illustrates  the 
behaviour  of  the  system  with  no  noise  input  assuming  a  linear  drift  in  local 
oscillator  frequency  and  therefore  a  quadratic  change  in  phase  with  time. 
Initial  conditions  were  set  so  that  the  system  correction  rate  was  not 
adjusted  to  the  quadratic  input.    Thus  as  time  progressed,  an  error 
resulted  which  was  reset  to  zero  periodically,  corresponding  to  synchroni- 
zation of  a  real  device  to  a  constant  reference  frequency.    The  resulting 
transient  response  appears  on  the  left.    In  this  case  time  constants  ware 
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such  that  the  transient  response  became  negligibly  small  after  a  few  settings. 
Thereafter,  prediction  of  the  quadratic  input  was  perfect,  as  theory  requires, 
and  the  error  remained  at  zero  in  the  open  loop  condition. 

Figure  6  shows  the  same  system  in  steady  state  with  only  flicker 
noise  and  no  oscillator  drift  input.    The  noise  magnitude  was  taken^to  be  that 
of  a  characteristic  high  quality  quartz  crystal  oscillator,    2x10       ,  which 
means  that  the  variance  o^requency  fluctuations  with  sample  size    N    =  2 
is  expected  to  be     2  x  10        .    The  resulting  errors  are  reset  to  zero  daily, 
permitting  only  the  small  variation  seen  about  the  zero  line. 

Figure  7,  again  shows  transient  response  assuming  the  same  flicker 
noise  plus  a  realistic  frequency  drift  of    5x10        per  day.    If  only  a  second 
order  system  were  used,  the  daily  errors  shown  would  have  remained 
constant  at  the  initial  value  instead  of  dying  out. 

In  all  of  these  cases,  the  time  constant  of  the  first  loop  was  taken  to 
be  negligibly  small  compared  to  the  time  constants  of  the  other  two  loops, 
enabling  phase  error  to  be  corrected  to  zero  immediately  upon  application  of 
a  reference  frequency.    Comparison  of  behaviour  using  various  2nd  and  3rd 
loop  time  constants  under  the  above-mentioned  realistic  assumption  for 
oscillator  frequency  drift  and  flicker  noise,  led  to  the  choice  of  1 .  1  days 
for  the  2nd  loop  time  constant  and  20  days  for  the  3rd  loop  time  constants 
as  reasonably  optimum.    Figure  8  shows  a  steady  state  plot  of  error  from 
such  a  system,  with  daily  synchronizations  for  the  first  half  of  the  running 
period.    During  the  second  half  of  the  plot,  synchronization  to  the  reference 
was  suspended.    After  40  days,  due  to  the  effects  of  uncorrected  flicker 
noise,  the  error  had  reached  12  microseconds,  a  value  quite  small 
compared  to  that  resulting  from  an  isolated  free  running  oscillator. 

Realization  of  a  practical  device  could  be  accomplished  either  with 
an  electromechanical  system  consisting  of  motors,  gear  reductions  and  ball 
and  disk  integrators  or  with  an  all  electronic  system  using  a^n  electronic 
phase  shifter  such  as  developed  by  Barnes  and  Wainwright. 

In  addition  to  using  such  a  system  with  a  VLF  receiver  and 
programming  the  reference  to  be  applied  during  the  best  propagation  time 
each  day,  the  system  could  also  be  used  in  a  continuously  referenced  mode 
in  a  laboratory  with  an  atomic  frequency  standard.    Should  the  standard  fail 
the  system  could  serve  as  a  standby  frequency  source.    Simila.rly  in  a 
laboratory  v/hich  makes  periodic  calibration  of  oscillators  that  drive  clocks, 
use  of  the  device  would  reduce  time  fluctuations  of  the  clocks  over  those 
occurring  when  oscillator  frequency  adjustments  are  made. 

A  different  mode  of  operation  might  make  use  of  synchronization  by 
means  of  meteor  burst  propagation.    In  this  case  propagation  between  two 
points  depends  on  reflections  from  dense  ionization  accompanying  the  fre- 
quent but  random  occur rence^of  meteor s  in  the  D  region  of  the  ionosphere. 
Using  this  method,  Sanders,     etal.,  have  observed  microsecond  stability 
over  an  880-km  path. 


220-632 


REFERENCES 

1.  J.  A.  Barnes,  "Atomic  timekeeping  and  the  statistics  of  precision 
signal  generators,  "  Proc.  IEEE,  Vol.  54,  p.  207,  February  1966. 

2.  H.  Chestnut  and  R.  W .  Mayer,  Servomechanism  and  Regulatory 
System  Design,  New  York,  Wiley,  1951. 

3.  W.  R.  Atkinson,  L.  Fey,  and  J.  Newman,  "Spectrum  analysis  of 
extremely  low  frequency  variations  of  quartz  oscillators,"  Proc. 
IEEE  (correspondence),  Vol.  51,  p.  379,  February  1963. 

4.  D.  Halford,  to  be  published. 

5.  J.  Barnes  and  A.  Wainwright,  "A  precision  pulse-operated 
electronic  phase  shifter  and  frequency  translator,"  Proc.  IEEE 
(correspondence)  Vol.  53,  p.  2143,  December  1965. 

6.  W.  R.  Sanders,  D.  L.  Albright,  S.  Tashiro,  and  D.  N.  March, 

"A  meteor  burst  time  synchronization  experiment,  "  to  be  published. 


221-633 


LOCAL     OSClLl  ATOI  INPUT 


LOCAL    OSCILLATOR  INPUT 

K«  ♦  (*(*)> 


■  i  iOLVca 


INTEGRATOR 


tif  IRENCE 


ADDINO  JUNCTION 


■  noLvia 


INTEGRATOR 


INTI  ORATOR 


VARIANCE  OF 
FREQUENCY  FLUCTUATIONS 


T  I  I   I  I  I  J  I   I  1   |   I   I  I   |   I  V 

T  ■  SAMPLE  TIME 
N  -  No.  OF  SAMPLES 
cr*  ■  KAw  IS  MEAN  SQUARE 
PHASE  FLUCTUATIONS 
FOR  "WHITE  PEDESTAL" 
Aw  SYSTEM  BANDWIDTH 

(LOG  SCALE) 
N*  10,000 


N«I0 
I  I  I 


222-634 


THIRD    ORDER    CONTROL    SYSTEM  ERROR 

THIRD     ORDER     CONTROL     SYSTEM  ERROR 


5  Hscc 


TRANSIENT  RESPONSE 
OF    THIRD   ORDER  SYSTEM 


-  12 

FLICKER    OF     2    X  10 
DRIFT     OF    5    X  10~^/oAY 


 >|    J    MONTH  |"«  


THIRD    ORDER    CONTROL    SYSTEM  ERROR 


T 

5  /J*1 


-12 

FLICKER    OF     2  X  10 
DRIFT   OF    5  x  10-,,/day 


figure  8 


223-635 


Some  Characteristics  of  Commonly 
Used  Time  Scales 

GEORGE  E.  HUDSON 


Abstract— Various  examples  of  ideally  defined  time  scales  are  given. 
Realizations  of  these  scales  occur  with  the  construction  and  maintenance  of 
various  clocks,  and  in  the  broadcast  dissemination  of  the  scale  information. 
Atomic  and  universal  time  scales  disseminated  via  standard  frequency  and 
time-signal  broadcasts  are  compared.  There  is  a  discussion  of  some  studies 
of  the  associated  problems  suggested  by  the  International  Radio  Consultative 
Committee  (CCIR). 

I.  Introduction 

SPECIFIC  PROBLEMS  noted  in  this  paper  range  from 
mathematical  investigations  of  the  properties  of  in- 
dividual time  scales  and  the  formation  of  a  composite 
scale  from  many  independent  ones,  through  statistical 
analyses  of  the  properties  of  realized  scales  in  actual  use  in 
broadcasts  or  proposed  for  use.  How  to  determine  the 
most  efficient  and  most  useful  system  for  broadcasting  time 
and  frequency  signals  is  a  difficult  question.  Its  answer 
requires  a  type  of  information  and  operation  analysis  used 
in  current  investigations  of  electromagnetic  frequency 
spectrum  conservation  problems.  The  diverse  needs  and 
ideas  of  many  different  types  of  scientists  (e.g.,  geodesists, 
electronics  engineers,  physicists,  astronomers,  geologists) 
and  of  many  different  large  groups  of  users  (e.g.,  military 
and  space  agencies,  industrial  standards  laboratories, 
watch  and  clock  industry)  must  be  taken  into  account. 

We  describe  (Section  III)  some  broadcast  time-dissemi- 
nation methods  and  some  relevant  properties  of  their  associ- 
ated time  scales.  The  role  of  the  universal  scales  in  furnishing 
information  for  the  earth  sciences  and  astronomy  as  well  as 
for  navigation  is  noted  (Section  II),  and  the  need  for  supply- 
ing this  information  adequately  and  simultaneously  by 
standard  frequency  and  time-signal  broadcast  systems  is 
emphasized  (Section  III).  Finally,  we  show  that  nature  has 
posed  such  a  difficult  problem  in  confronting  us  with  diverse 
important  time  scales  that  it  is  not  yet  possible  to  settle  on 
time  information-dissemination  techniques  which  are  finally 
acceptable  to  all  users.  Moreover,  it  should  be  noted  that 
studies  of  timekeeping  and  time  scales  are  also  important 
partly  because  of  the  close  relationship  of  time-scale  prop- 
erties to  the  foundations  of  gravitation  and  atomic  theories 
[1]. 

II.  Some  Time  Scales 

A.  Examples 

1)  Atomic  Scales:  In  the  United  States,  a  precision 
atomic  clock,  NBS(A),  is  maintained  at  the  National 
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Bureau  of  Standards  to  realize  one  international  unit  of 
time  [2  J.  As  noted  in  the  next  section,  it  realizes  the  atomic 
time  scale,  AT  (or  A),  with  a  definite  initial  epoch.  This  clock 
is  based  on  the  NBS  frequency  standard,  a  cesium  beam 
device  [3].  This  is  the  atomic  standard  to  which  the  non- 
offset  carrier  frequency  signals  and  time  intervals  emitted 
from  NBS  radio  station  WWVB  are  referenced;  neverthe- 
less, the  time  scale  SA  (stepped  atomic),  used  in  these  emis- 
sions, is  only  piecewise  uniform  with  respect  to  AT,  and 
piecewise  continuous  in  order  that  it  may  approximate  to 
the  slightly  variable  scale  known  as  UT2.  SA  is  described 
in  Section  II-A-2). 

The  properties  of  hydrogen  maser  standards  and  cesium 
beam  standards  have  been  and  are  continuing  to  be  studied 
in  great  detail,  but  detailed  discussion  of  experiments  with 
these  devices  is  not  properly  in  the  context  of  the  present 
paper  [4],  [5]. 

A  contribution  to  a  composite  single  atomic  scale  is  now 
made  by  hydrogen  maser  frequency  standards  maintained 
at  the  U.  S.  Naval  Research  Laboratory.  The  composite 
scale  is  the  A.l  scale,  maintained  by  the  U.  S.  Naval  Observ- 
atory. It  is  widely  used  as  a  reference  scale;  NBS(A)  and 
A.l  have  differed  very  slightly  since  their  common  initial 
epoch  on  January  1,  1958  [3],  [6].  The  present  difference  in 
epoch  amounts  to  about  10  ms,  and  is  presently  being  deter- 
mined to  a  much  greater  precision  by  a  cooperative  program 
undertaken  between  NBS  and  USNO.  The  accuracy  of  the 
NBS(A)  scale  is  believed  to  approach  that  of  the  NBS 
cesium  frequency  standard — about  5  parts  in  1012.  There 
are,  of  course,  several  other  atomic  time  scales  and  fre- 
quency standards  maintained  throughout  the  world — 
among  these  are  TA1  at  the  LSRH  (Laboratoire  Suisse  de 
Recherches  Horlogeres),  Neuchatel,  Switzerland,  and  that 
maintained  at  NPL  (National  Physical  Laboratory),  Ted- 
dington,  England  [7]- [9].  On  the  basis  of  some  of  these 
scales,  the  composite  one,  A.  1 ,  was  determined  for  a  time  by 
W.  Markowitz  at  the  U.  S.  Naval  Observatory.  It  is  now 
based  on  several  high-quality  commercial  cesium  frequency 
standards  at  the  Observatory.  The  hydrogen  maser  serves 
as  the  "flywheel"  of  this  atomic  clock.  The  existence  of 
several  independent  atomic  clocks  is  certainly  not  to  be  de- 
plored on  scientific  grounds  since  many  useful  statistical 
and  operating  data  are  obtained  via  their  intercomparison. 
It  does  pose  the  problem,  however,  of  how  best  to  determine 
a  composite  "most  uniform"  and  reliable  realization  of  the 
atomic  scale.  This  certainly  is  a  subject  worthy  of  coopera- 
tive consideration  by  the  best  scientific  and  engineering 
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minds  that  can  be  devoted  to  it.  A  promising  start  on  this 
problem  was  made  by  E.  L.  Crow  [10],  at  the  instigation  of 
J.  M.  Richardson  of  the  Radio  Standards  Laboratory, 
NBS-BL.  An  extension  of  such  theoretical  studies  combined 
with  the  experience  of  the  Naval  Observatory  in  forming  the 
composite  A.l  scale  is  very  desirable. 

2)  Universal  Scales:  An  astronomical  time  scale  known 
as  the  universal  scale,  UT,  is  a  slightly  nonuniform  one,  rela- 
tive to  the  atomic  time  scale,  AT.  UT  is  commonly  known  as 
Greenwich  Mean  Time  (GMT),  when  epochs  (the  times  of 
occurrence  of  the  "ticks")  need  be  specified  to  no  better  ac- 
curacy than  0.1  second.  UT  is  obtained  via  interpolation 
between  successive  observations  of  the  sidereal  time  of 
nearly  periodic  events  (such  as  the  zenith  transits  of  a  star) 
which  is  then  transformed  to  mean  solar  time  by  means  of  a 
ratio.  The  interpolation  is  accomplished  by  means  of  a  free- 
running  oscillator  driving  a  clock  at  nearly  the  correct  rate. 
The  zenith  observations  and  the  ratio  are  used  to  correct 
this  clock  rate  so  that  it  ticks  off  86  400  intervals,  each  one 
nearly  one  second  long,  between  successive  transits  of  the 
"mean  sun"  each  day  [1 1  ].  The  scale  thus  defined  locally 
at  an  observatory  is  called  UTO.  Five  slightly  different  uni- 
versal time  scales  now  being  used  are  designated  respectively 
as  UTO,  UT1,  UT2,  universal  atomic  (UA),  and  stepped 
atomic  (SA).  UT1  is  obtained  from  UTO  by  applying  a  cor- 
rection for  polar  motion  specified  by  data  furnished  by  dif- 
ferent observatories.  UT2  is  derived  from  UT1  by  applying 
a  periodic  correction  having  a  maximum  amplitude  of  0.03 
second  [12],  for  annual  and  semiannual  seasonal  varia- 
tions [,13] — [15].  Despite  these  corrections,  UT2  is  still 
known  to  be  somewhat  nonuniform.  The  knowledge  of 
UT2  (or  even  better,  UT1 )  yields  information  directly  con- 
cerning the  rotational  position  of  the  earth  about  its  axis. 
UA  is  a  piecewise  uniform  scale  which  approximates  the 
universal  time  scale,  UT2.  within  about  0.1  second.  It  is  a 
"stepped  offset"  scale  (offset  pulse  rate,  stepped  pulse 
epoch)  and  is  derived  by  making  adjustments  in  offset  and 
epoch  from  the  uniform  atomic  time  scale.  The  SA  scale  is 
a  piecewise  uniform  one  derived  from  the  atomic  scale  by 
step  adjustments  in  pulse  epoch  only  in  order  to  approxi- 
mate UT2  within  about  0.1  second.  All  universal  scales 
need  be  defined  and  realized  only  to  an  accuracy  of  a  few  ms 
[16],  [17]  due  to  refraction  limitations  on  astronomical 
observations,  but  in  view  of  their  definitions  the  UA  and  SA 
scales  have  the  ultimate  accuracy  of  the  atomic  scale. 

Because  the  rate  of  occurrence  of  UT2  markers  has  been 
variable  and  less  than  the  rate  of  occurrence  of  seconds 
markers,  UT2  readings  were  about  5.31  seconds  behind 
A.l  readings  on  January  1,  1967;  on  January  1,  1958,  at 
00:00  GMT,  A.l  and  NBS(A)  epochs  were  set  equal  to 
that  of  UT2.  At  present  (1966  and  1967)  there  are  0.94 
fewer  scale  intervals  over  a  year  in  the  UT2  scale  than  in  the 
more  uniform  atomic  scale,  AT. 

The  importance  of  UT  for  celestial  navigation,  in  deter- 
mining longitude,  must  be  pointed  out  [18],  [19].  The  es- 
sential principle  is  simple.  By  some  means,  one  obtains  in- 


formation that  the  earth,  in  rotating  on  its  axis,  is  in  a  cer- 
tain orientation  relative  to  the  "fixed"  stars  at  a  given 
instant.  In  that  orientation,  tables  show  that  various  known 
stars  will  have  certain  elevations  above  the  horizon,  in 
the  east-west  direction,  depending  on  the  longitude  of  the 
observer,  which  can  thus  be  determined.  The  orientation  in- 
formation is  furnished  from  the  epoch  of  UT1,  since  suc- 
cessive scale  intervals  of  UT1  (mean  solar  "seconds")  cor- 
respond to  equal  increments  (15  arcseconds)  of  rotation  of 
the  earth  with  respect  to  the  universal  mean  sun.  (Fifteen 
arcseconds  equal  about  1/4  nautical  mile  at  the  equator.) 
Conversion  to  rotation  relative  to  the  stars  (Sidereal  Time) 
is  accomplished  by  use  of  the  ratio  of  the  length  of  the  mean 
solar  day  to  the  mean  sidereal  day,  about  1 .00275. 

Universal  scales  are  clearly  nonuniform  relative  to  atomic 
time  due  to  variations  in  the  earth's  rotation  rate.  Neverthe- 
less, the  importance  of  their  use  in  furnishing  information 
about  the  earth's  position  on  its  axis  cannot  be  denied  and 
insures  the  necessity  for  their  continued  dissemination  in 
some  suitable  form,  via  radio  broadcast  [17],  [18]. 

B.  Specific  Trends  in  UT 

The  variations  in  UT  scales  or  earth  rotation  rates  have 
been  studied  extensively  by  Brouwer  [20]  and  many  others 
[14],  [21  ],  [22].  In  this  article,  we  need  only  point  out  the 
general  nature  and  size  of  the  variations  which  have  been 
observed.  The  reason  this  is  important  here  is  to  give  the 
reader  some  background  indication  of  the  kind  of  data 
which  are  encountered  in  attempts  to  make  both  UT 
information  (usually  UT2)  and  more  uniform  time  and  fre- 
quency information  available  on  the  same  broadcasts  from 
radio  stations.  Brouwer's  study  covered  a  long  period  of 
time ;  the  curves  shown  in  Fig.  1  summarize  much  of  his  data 
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Fig.  1 .  Trend  of  —  AT  =  UT  ET.  The  difference  —  AT  in  readings  of  the 
two  scales.  UT  and  ET,  is  plotted  versus  the  date,  which  is  proportional 
to  ET.  The  slope  of  this  graph  is  proportional  to  the  offset  in  marker 
rate  of  UT  with  respect  to  that  of  ET.  The  parabola  represents  Brouw- 
er's suggested  average  trend.  Random  effects  in  —AT  are  evidently 
present.  ET  (ephemeris  time)  is  an  astronomical  time  scale  which  may 
be  considered  for  present  purposes  to  be  uniform  with  respect  to  AT 
[24]. 
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and  analysis.  They  reflect  the  random  behavior  [22]  of  UT, 
marked  on  occasion  by  sudden  erratic  changes  [23]. 

As  specified  in  the  figure,  the  abscissas  are  proportional 
to  the  astronomical  time  scale  known  as  ephemeris  time, 
ET.  At  present  ET  can  be  considered  uniform  with  respect  to 
AT  [24].  It  is  a  good  comparison  scale  to  be  used  in  detect- 
ing long-term  properties  of  a  time  scale. 

A  study  [25]  of  the  trend  of  UT2  relative  to  the  uniform 
atomic  scale  has  shown  that  over  a  recent  7  1  /2-year  interval 
the  difference  between  UT2  scale  readings  and  atomic  scale 
readings  was  representable  by  the  sum  of  the  Brouwer 
average  parabola  (Fig.  1)  and  a  sinusoidal  term  having  a 
period  of  24.1  years  and  an  amplitude  of  2.56  seconds. 
This  study  was  found  useful  in  making  short-term  predic- 
tions of  UT2  and  as  a  summary  of  fluctuation  sizes  over 
the  interval.  The  residual  difference  from  the  smooth  trend 
has  an  rms  deviation  of  16  ms  and  a  maximum  of  40  ms. 
A  maximum  of  the  sinusoid  occurred  at  the  beginning  of 
1967. 

III.  Some  Characteristics  of  Broadcast 
Scales  and  Systems 

A.  Some  Specific  Systems 

1)  CCIR  Considerations :  In  the  Xlth  Plenary  Session  of 
the  CCIR  in  Oslo,  Norway,  during  the  summer  of  1966, 
there  was  specifically  recognized  by  Study  Group  VII  the 
possibility  of  a  great  many  systems  for  broadcasting  uni- 
versal and  atomic  time  information,  on  the  same  emission. 
Moreover,  nonuniform  time  scales,  in  particular  some 
broadcast  ones,  as  has  been  noted  [17],  [26]- [35],  have 
many  different  properties.  The  number  of  possible  signal 
systems  increases  if  one  offsets  carrier-signal  frequencies  in 
various  ways  from  their  nominal  values  to  achieve  oc- 
casional desired  adjustments  in  the  pulse  rates  of  time  sig- 
nals. This  problem  has  been  noted  in  various  CCIR  docu- 
ments approved  by  the  Assembly,  details  of  which  can  be 
found  in  the  published  Volume  III  of  the  Assembly  pro- 
ceedings. Some  documents  are  indicated  by  numbers  in 
parentheses  in  the  next  paragraph. 

For  this  discussion,  we  refer  especially  to  the  suggestion 
that  experiments  and  studies  be  made  of  how  to  provide 
both  epoch  of  UT  and  the  international  unit  of  time  interval 
in  the  same  emission,  and  how  various  user  requirements 
can  be  met  by  the  emission  of  a  single  time  scale  (Opinion 
26).  We  also  point  to  the  recommendation  (Rec.  374.1) 
of  the  use  of  several  international  time  systems  coordinated 
by  the  BIH  (Bureau  International  de  I'Heure)  which  were 
designed  for  the  broadcast  of  both  UT  and  AT  information. 
Two  are  called  the  UTC  and  SAT  systems.  We  call  attention 
to  a  report  (Rept.  365)  comparing  these  systems  statistically 
for  1965,  and  finally  to  a  report  (Rept.  366)  suggesting 
one  method  of  classification  of  emission  systems  which 
yield  standard  frequency  and  time  information. 

It  should  be  expressly  understood  that  the  existence  of  the 
two  systems  SAT  and  UTC  is  to  be  regarded  as  a  step  in  the 
evolution  and  adoption  of  a  single  practicable  world-wide 


system  which  will  be  internationally  acceptable.  Thus,  it 
seems  important  to  exhibit  here  briefly  a  method  of  char- 
acterization of  systems  which  can  be  used  to  fulfill  various 
needs,  but  which  require  further  study. 

2)  A  Classified  Listing  of  Systems:  Systems  for  broad- 
casting time  and  frequency  information  can  be  classified 
according  to  the  method  adopted  in  Tables  I  and  II.  A 
system  may  utilize  more  than  one  time  scale.  If  so,  two  or 
more  columns  would  be  used  under  the  heading  entry,  in 
constructing  such  a  table.  An  entry  Yes,  or  No,  indicates 
whether  or  not  a  specified  property  is  indicated  directly  on 
a  broadcast  by  the  time  markers  (pulses)  and  the  use  of 
piecewise  constant  carrier  frequencies  (but  not  codes).  Un- 
der additional  remarks,  specify  when  an  adjustment  in  a 
property  may  be  made,  how  large  it  is  to  be.  what  the  known 
relation  between  pulse  (marker)  and  carrier  phase  is,  which 
universal  or  uniform  scale  is  being  approximated,  and  what 
the  relations  are  to  these  scales  (e.g.,  how  closely  approxi- 
mated). 

As  examples,  the  UTC  system  is  so  classified  in  Table  1, 
and  the  SAT  system  is  classified  in  Table  II.  Both  systems  are 
coordinated  by  the  BIH  and  are  currently  in  use.  The  UTC 
system  is  used  by  a  large  number  of  stations,  and  the  SAT 
system,  an  experimental  but  coordinated  one,  is  used  at 
present  only  by  stations  WWVB  in  Fort  Collins.  Colo.,  and 
DCF77,  in  Mainflingen,  West  Germany. 

Other  possible  systems  also  can  be  so  classified.  For 
example,  the  system  used  by  station  HBG  in  Switzerland 
differs  from  the  UTC  system  (Table  I)  only  in  that"  (as  in 
Table  II)  the  carrier  is  not  offset  (Item  A)  and  the  time 
markers  and  carrier  signals  are  not  phase-locked  (Item  D). 
Hence,  by  an  appropriate  pulse  generator  locked  to  the 
received  carrier  signal,  a  clock  yielding  a  time  scale  which  is 
very  close  to  AT  and  whose  pulse  rate  need  never  be  ad- 
justed, can  be  constructed,  just  as  with  the  SAT  coordinated 
system  carrier  signals  (Table  II,  Item  F).  Time  signals 
emitted  following  any  one  coordinated  system  must  be  syn- 
chronized to  1  ms. 

It  is  to  be  hoped  that  the  experimentation  with  and  study 
of  various  systems  for  yielding  both  UT  information  and 
AT  information,  on  the  same  broadcast  emission,  will  lead 
to  a  suitable  format  acceptable  to  most  if  not  all  users  in 
the  next  few  years.  Toward  this  end,  several  coordinating 
groups  of  the  U.  S.  Preparatory  Committee,  Study  Group 
VII,  CCIR,  have  been  appointed.  One  object  is  to  study 
the  deplorable  problem  raised  by  the  existence  of  a  great 
variety  of  auxiliary  time  scales,  some  denoted  by  a  random 
nomenclature.  Since  the  initiation  of  the  SAT  system  on 
January  1,  1967,  the  ad  hoc  name  SAB  for  the  signals  dis- 
seminated by  WWVB  has  been  dropped.  WWVB's  control 
clock  is  now  called  NBS(SA),  just  as  WWV's  and  WWVH's 
is  called  NBS(UA).  Another  more  important  requirement, 
which  has  been  noted  by  many  international  organizations, 
is  to  eliminate  carrier-frequency  offsets.  It  seems  appro- 
priate at  this  point  to  give  a  more  technical  discussion  of  off- 
sets in  frequency  and  in  pulse  rates. 
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TABLE  I 

System— UTC 


Name(s)  of  Scale(s) 

UA 

Universal  Atomic 

Property 

Entry 

Additional  Remarks 

A)  Carrier  offset 

Yes 

Adjusted,  when  necessary,  on  the  first  of  a  year  by  a  positive,  negative,  or  zero  integral 

multiple  of  50  parts  in  1010  to  follow  UT2. 

B)  Marker  rate  offset 

Yes 

Same  adjustment  as  A). 

C)  Epoch  steps 

Yes 

Phase  of  markers  adjusted  on  first  of  a  month,  when  necessary,  by  100-ms  steps  to  follow 

UT2. 

D)  Marker -carrier  phaselocked 

Yes 

None. 

Contains  time  markers  which: 

E)  Yield  universal  scale 

Yes 

UA  approximates  UT2  within  about  0.1  second. 

F)  Yield  uniform  scale  with  respect  to  AT 

Yes 

By  correcting  for  the  offset  and  the  step  adjustments,  AT  can  be  found,  but  correction  in- 

formation must  be  obtained  from  additional  signals  or  a  supplementary  historical  log. 

G)  Made  up  of  more  than  one  broadcast 

No 

Voice  or  code  can,  of  course,  be  used  to  supply  information  in  F),  or  a  better  knowledge  of 

time  scale 

(preliminary)  UT2. 

FABLE  II 
System — SAT 


Name(s)  of  Scale(s) 

SA 

Stepped  Atomic 

Property 

Entry 

Additional  Remarks 

A)  Carrier  offset 

No 

None. 

B)  Marker  rate  offset 

No 

Except  at  moment  of  epoch  adjustment. 

C)  Epoch  steps 

Yes 

200-ms  steps  to  follow  UT2  made  on  the  first  of  a  month,  when  necessary. 

D)  Marker-carrier  phaselocked 

Yes 

None. 

Contains  time  markers  which : 

E)  Yield  universal  scale 

Yes 

Approximate  UT2  within  about  0.1  second. 

F)  Yield  uniform  scale  with  respect  to  AT 

Yes 

Differs  from  AT  by  0.2«  seconds,  where  n  is  a  positive,  negative,  or  zero-integer  which  must 

be  obtained  from  supplemental  information.  During  March,  1967,  «  =  28.  An  AT  scale 

can  be  generated  by  phase-locking  to  carrier. 

G)  Made  up  of  more  than  one  broadcast 

No 

Voice  or  code  can,  of  course,  be  used  to  supply  the  information  in  F),  or  a  better  knowledge 

time  scale 

of  (preliminary)  UT2. 

B.  Offsets,  Steps,  and  Trends  in  Some  Broadcast  Time  and 
Frequency  Signals 

1)  Offsets:  For  a  long  time,  oscillators  whose  frequencies 
are  deliberately  offset  from  their  nominal  values  measured 
relative  to  atomic  standards  have  been  used  to  control  time 
and  frequency  signals  emitted  from  various  United  States 
radio  stations,  e.g.,  from  WWV  and  WWVH,  as  well  as 
NSS  and  NBA  [18].  At  present,  adjustments  in  this  offset 
are  introduced  on  the  first  of  a  year  into  the  emitted  carrier 
frequency  in  accordance  with  some  of  the  adjustments 
required  by  the  definition  of  the  commonly  used  broadcast 
(piecewise  uniform)  time  scale  UA  belonging  to  the  UTC 
system. 

Figure  2  shows  the  history  of  WWV  carrier-frequency 
offsets  since  1957.  The  improvement  in  frequency  control  is 
evident  and  may  be  directly  ascribed  to  improvements  in 
standards  and  phase-lock  control  techniques.  The  trend 
should  be  compared  with  the  fitted-offset  trend  of  the  UT2 
scale  marker  rate  to  judge  how  well  the  broadcast  offset  ap- 
proximated it.  Beginning  January  1,  1960,  the  time  pulses 
emitted  from  WWV  were  locked  to  the  carrier  frequency,  as 
was  true  for  many  other  time  broadcasts.  Thus,  the  rate  of 
emission  of  the  time  pulses  was  controlled  by  varying  the 
carrier-frequency  offsets.  This  is  still  the  method  in  use  for 
stations  following  the  UTC  system. 
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2)  Steps  and  Trends:  Figure  3  is  a  summary  comparison 
of  realizations  of  all  the  various  scales  considered  for  the 
nine  years  since  1957.  Ordinates  plotted  are  the  differences 
between  the  reading  on  a  given  scale  or  clock  at  a  given 
epoch  and  the  simultaneous  corresponding  reading  on  the 
atomic  scale.  The  slope  of  a  trend  on  such  a  plot,  when  di- 
vided by  31.5  x  106  (the  number  of  seconds  per  year),  is 
the  offset  rate  from  that  of  the  reference  clock.  In  addition 
to  NBS(UA),  SAB,  and  UT2,  the  average  long-term 
Brouwer  trend  is  shown  [20].  One  sees  that  the  average 
marker-rate  offset  of  UT2  from  the  more  uniform  atomic 
scale  would  ultimately  become  indefinitely  large,  if  the 
long-term  Brouwer  trend  were  to  persist.  It  is  also  clear 
that  the  UT2  scale  and  offset  undergo  large  fluctuations 
about  their  long-term  average  trends.  A  smooth  fit  to  the 
UT2  data,  shown  by  the  dotted  curve,  has  been  represented 
over  this  period  by  a  sinusoidal  plus  a  parabolic  function. 
The  amplitude  of  the  sinusoidal  component  is  about  2.56 
seconds,  although  the  rms  deviation  of  the  data  from  the 
curve-fit  is  only  about  16  ms. 

3)  Comparisons  in  1956  and  1966:  In  the  following,  cer- 
tain statistics  relating  to  the  "stepped  offset"  (epoch  steps, 
pulse  rate  and  carrier  frequency  offset),  or  UTC,  system  for 
broadcasting  UT  and  AT  information  are  compared  with 
similar  statistics  relating  to  the  "stepped"  system  utilizing 
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Fig.  2.  The  recent  history  of  frequency  offsets.  Since  the  long-term  trend 
of  the  UT2  scale  seems  to  be  parabolic,  its  long-term  trend  in  offset 
marker  rate  is  linear,  shown  dashed.  Fluctuations  in  UT2  produce  the 
(smoothed)  offset  trend  about  the  long-term  one  shown  by  the  solid 
curve.  The  NBS  frequency  standard  of  course  is  not  offset,  as  indicated 
by  the  bottom  horizontal  line.  Improvement  in  frequency  control  is 
evident  in  the  step  "approximation"  to  UT2 ;  the  UTC  system,  inaugu- 
rated as  a  continuation  of  the  former  coordinated  "signal"  system  in 
1964,  led  to  the  offset  of  -300x10"  10  in  transmissions  in  1966  and 
1967  in  an  attempt  to  follow  more  closely  the  UT2  fluctuating  trend. 
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Fig.  3.  Summary  of  broadcast  time-scale  trends.  All  scale  trends  are 
indicated  by  plotting  as  ordinates  the  number  of  nominal  seconds 
decreased  by  the  number  of  seconds  (atomic  scale)  which  have  elapsed 
since  January  1,  1958.  The  long-term  parabolic  Brouwer  trend  in 
UT2  is  shown  dashed ;  the  broadcast  scale  for  WWV  is  indicated  by  the 
tilted  stepped  curve,  with  step  retardations  of  100  ms  since  1964,  and 
that  for  WWVB  is  shown  at  the  right  by  the  step  approximation  to  the 
UT2  trend  with  step  retardations  of  200  ms.  The  UT2  (adjusted)  points 
are  plotted  after  removing  the  discontinuities  due  to  redetermination 
of  various  observatories'  coordinates;  the  dates  and  sizes  of  these 
discontinuities  are  indicated.  The  nonoffset  trend  of  the  atomic  scale, 
as  generated  by  the  NBS  clock,  is  shown  by  the  top  horizontal  line. 


SAB  (stepped  atomic,  WWVB).  Such  data  may  contribute 
toward  an  answer  to  the  CCIR-suggested  studies. 

The  data  for  1956  and  1966  may  be  represented  con- 
veniently by  plotting  aginst  the  calendar  date,  for  each 
realized  scale,  NBS(UA)  and  SAB,  respectively,  the  differ- 
ence between  the  number  of  scale  markers  (nominally 
seconds  pulses)  since  the  beginning  of  January,  1958  (i.e., 
the  scale  reading)  and  the  number  of  seconds  pulses,  AT, 
since  that  epoch.  The  trends  for  1965  and  1966  are  shown 
in  Fig.  4.  The  solid  curve  represents  the  smooth  curve-fit 
to  UT2  (shown  by  circles)  using  a  sinusoid  plus  parabola. 
The  portion  of  this  curve  from  August  1,  1965,  to  December 
31,  1965,  was  drawn  before  the  data  points  shown  were 
known.  It  therefore  constitutes  a  prediction  of  the  trend  of 
UT2  for  the  latter  portion  of  1965  and  was  good  to  better 
than  40  ms.  Also  shown  in  Fig.  4  (dashed)  is  the  long-term 
parabolic  trend  analyzed  by  Brouwer  [20]. 

Various  statistical  data  are  evident  from  Fig.  4.  Although 
both  the  UA  and  SAB  scales  satisfied  stated  conditions  for 
ship  navigation,  and  were  within  about  0.1  second  of  UT2 
(corresponding  to  a  "fix"  of  about  1 50  feet  at  the  equator) 
there  is  some  distinction  to  be  made  in  the  closeness  of  ap- 
proximation measured  by  the  absolute  deviation  and  per- 
cent departure  time  in  favor  of  UA.  The  improvement  since 
1963  in  the  approximation  of  UT2  by  such  stepped,  offset 
methods  is  evident.  In  terms  of  mean  deviations  there  is  a 
small  distinction  between  SAB  and  UA  in  favor  of  SAB. 

Because  of  the  offset  (or  slope),  the  UA  scale  markers  of 
course  are  separated  by  intervals  which  are  longer  than  one 
second.  The  corresponding  SAB  intervals  are  one  second 
long.  Both  scales  are  piecewise  uniform  and  piecewise  con- 
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Fig.  4.  Trends  in  SAB  and  NBS(UA)  during  1965  and  1966.  The  trend  in 
the  NBS(UA)  clock  reading,  following  the  UTC  system,  is  indicated  by 
the  slanted  (i.e.,  offset),  stepped  (100  ms)  approximation  to  the  UT2 
data,  represented  by  dots.  The  fitted  trend  UT2  is  shown  by  the  solid 
curve,  and  the  SAB  stepped  (200  ms)  scale  trend  is  also  indicated.  The 
ordinate  magnitudes  represent  lag  times  with  reference  to  the  scale 
readings  of  the  NBS  time  standard  or  clock,  NBS(A). 

tinuous  with  respect  to  AT.  If  it  seems  desirable  to  retain  the 
goal  of  broadcasting  directly  signals  which  approximate 
UT2  to  the  highest  accuracy,  and  which  on  the  same  emis- 
sion directly  yield  atomic  time  and  frequency  information 
and  the  international  second,  then  the  best  method  has  not 
yet  been  found. 
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C.  Possible  Future  Trends  in  the  Broadcast  of  UT  and  A  T 
Signals 

The  investigations  reported  here  summarize  preliminary 
attempts  at  resolving  the  CCIR  question  of  how  to  broad- 
cast UT  and  AT  signals,  satisfactorily,  on  the  same  emis- 
sion. A  few  comments  regarding  the  possible  future  status 
of  these  two  kinds  of  signals  would  seem  to  be  appropriate. 
There  should  soon  be  advances  in  the  scientific  analyses  of 
information  concerning  the  properties  and  trends  of  the 
slightly  variable  universal  scales  of  time.  These  should  take 
the  form  of  statistical  and  trend  analyses  of  the  ever-increas- 
ing store  of  data  concerning  the  earth  rotation  rates  and 
the  development  of  appropriate  physical  theories.  There 
probably  will  be  improvements  in  the  overall  coordination 
of  national  and  international  standard  transmissions  of  time 
signals  as  more  atomic  frequency  standards  are  adopted 
[8],  [9].  There  may  be  wider  adoption  of  atomic  scales 
not  only  for  synchronization  purposes,  but  also  for  epoch 
determination,  in  conjunction  with  the  astronomical  ephem- 
eris  time  scale,  ET  [24],  [34],  [35].  In  this  fashion,  it 
may  become  more  commonly  recognized  that  the  primary 
and  important  role  of  universal  scale  transmissions  is  not 
that  of  a  source  of  uniform  time,  but  of  essential  geological 
information  useful  in  tracking,  navigation,  and  scientific 
studies  of  the  environment. 

It  should  be  emphasized  that  both  present  coordination 
methods,  UTC  and  SAT,  described  herein,  furnish  UT  and 
AT  information  on  the  same  broadcast.  Yet  each  requires 
either  the  broadcast,  or  other  communication,  of  additional 
information  before  AT  or  UT2  itself  (or,  perhaps  more 
directly  useful,  the  earth's  rotational  position  obtained  by 
correcting  UT2  to  UT1 )  can  be  determined  from  the  broad- 
cast pulses,  as  accurately  as  they  can  be  known  at  a  given 
moment.  The  same  can  be  said  for  some  other  simpler  meth- 
ods which  have  been  suggested,  such  as  the  straightforward 
broadcast  of  an  atomic  time  scale.  For  example,  with  no  ad- 
justments save  an  occasional  renaming  of  a  particular 
second  from  time  to  time,  i.e.,  by  occasionally  inserting  or 
deleting  a  few  seconds,  or  a  minute,  the  atomic  scale,  so 
modified,  could  keep  approximately  in  phase  with  UT,  but 
would  not  lead  directly  to  UT  information  of  sufficient 
accuracy  for  some  purposes. 

Celestial  navigators  who  use  UT  information  now  require 
the  use  of  tables  noting  star  positions  versus  UT.  It  may 
soon  prove  desirable  and  possible,  however,  for  astrono- 
mers to  prepare  supplementary  tables  of  UT  versus  AT 
(or  ET)  well  within  the  requisite  accuracy  limits  and  suffi- 
ciently far  in  advance  for  the  ready  use  of  celestial  navi- 
gators. 

Alternatively,  quite  accurate  broadcasts  of  preliminary 
UT  epoch  information  (within  10  ms)  might  prove  feasible, 
by  a  modification  of  the  present  UTC  method.  Adjustments 
made  every  month,  in  offset,  or  in  epoch,  or  both,  which  are 
a  known  multiple  of  a  small  increment  in  relative  offset 
(say,  50  x  10" 10)  or  a  small  time  interval  (say,  10  ms)  have 
been  suggested.  It  may  appear  that  UT1,  in  fact,  would  be 
the  appropriate  universal  scale  to  follow  for  this  purpose. 
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It  would  be  very  important,  even  essential,  for  reference  and 
synchronization  purposes,  to  have  available,  on  the  same 
broadcast,  standard,  "uniformly"  spaced,  clearly  marked 
atomic  time  pulses  interspersed  with  the  UT  pulses,  say  at 
5-  or  1 0-second  intervals.  Or  the  desirable  choice  might  be  to 
have  more  widely  spaced  universal  time  pulses  to  indicate 
closely  the  earth's  position,  with  a  background  of  seconds 
pulses  for  reference.  The  solution  of  the  problem  will  de- 
pend on  time-sharing  studies  and  determination  of  user 
needs. 

Everyday  users  would  not  need  to  be  concerned  about  the 
introduction  of  an  occasionally  modified,  atomic  scale  of 
time.  Various  local  universal  times,  standardized  by  con- 
vention, such  as  Mountain  Standard  Time  (MST),  differ 
from  GMT  [36]  by  an  integral  number  of  hours,  depending 
on  locations.  Such  local  time  scales  are  often  adjusted 
periodically  by  one-hour  steps  to  yield  "daylight  savings 
time,"  or  to  return  to  "standard"  time.  Similar  local  times 
could  be  derived  just  as  well  from  an  atomic  scale,  by 
similar  adjustments  and  zoning,  and  by  the  deletion,  every 
few  years,  of  a  small  number  of  "one-second  leaps"  or, 
alternatively,  in  about  50  years,  a  "one-minute  leap."  In 
this  way,  approximate  epochal  coherence  with  the  rising 
and  setting  of  the  sun  would  be  retained,  and  there  need  be 
no  fear  of  a  radical  departure  from  solar  time  for  "every- 
day" purposes. 

It  should  be  emphasized  that  the  coordinated  methods 
which  have  been  used  to  broadcast  UT  and  AT  information, 
or  which  have  been  discussed  or  mentioned  herein,  are  only 
a  few  of  the  possible  ones. 

IV.  Concluding  Remarks 

We  list  here  a  few  concluding  statements  about  problems 
and  information  which  have  been  discussed  in  the  foregoing. 

1 )  The  practical  use  of  universal  scales  (UT)  as  a  naviga- 
tional aid  and  for  yielding  other  information  concerning  the 
rotational  position  of  the  earth  cannot  be  denied.  Suitable 
methods  for  disseminating  a  suitably  accurate  universal 
scale  separately,  and  in  combination  with,  a  more  uniform 
scale  must  be  studied,  experimented  with,  and  discussed. 

2)  It  should  not  be  held  that  UT  is  the  only  kind  of  time 
for  "everyday"  use.  Unadjusted  atomic  scales  will  not  di- 
verge from  UT  by  more  than  a  few  seconds  every  few  years 
and  differences  could  easily  be  removed,  on  occasion,  by 
proper  adjustment.  These  adjustments  would  be  far  smaller 
in  magnitude  than  similar  adjustments  already  in  common 
use  under  the  headings  of  daylight  savings  time,  leap  year 
day,  and  reference  to  the  mean  sun  instead  of  the  visible 
apparent  sun. 

3)  The  invention  of  physically  different  time  scales,  such 
as  a  nuclear-based  one  [37],  should  be  regarded  as  a  desir- 
able scientific  activity;  but  the  proliferation  of  artificial 
derived  scales  is  to  be  deplored. 

4)  There  is  a  need  for  intensive  study  of  the  formation 
and  properties  of  composite  time  and  frequency  standards 
and  time  scales.  Many  competent  laboratories  maintain 
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their  own  precise  instrument  standards  founded  on  funda- 
mental readily  accessible  phenomena  of  nature.  This  is 
indeed  an  evident  trend  which  occurs  in  other  standards 
areas.  Thus,  here  is  clearly  a  need  for  coordination  in  the 
use,  dissemination,  and  intercomparison  of  such  standards. 

5)  The  CO R  is  attempting  to  stimulate  further  investiga- 
tions of  the  need  and  use  of  more  uniform  scales  of  time  on 
broadcasts,  better  ways  to  present  universal  scale  informa- 
tion of  use  in  the  study  and  use  of  earth  rotation  rates  and 
positions,  the  more  efficient  use  of  the  electromagnetic 
spectrum  for  these  broadcasts,  and  the  international  defini- 
tion of  a  composite,  more  uniform,  reference  scale  of  time. 

6)  The  action  of  national  and  international  committees  in 
defining  and  calling  attention  to  problems  and  needs,  and  in 
stimulating  research  and  development  is  an  extremely  im- 
portant one,  as  well,  as  their  function  in  keeping  the  overall 
scope  in  proper  perspective.  They  also  perform  a  needed 
general  recommendatory  function,  as  exemplified  by  the 
CCIR  documents;  they  certainly  assist  in  maintaining  a 
uniform  level  for  specifying  operating  procedures  and 
standards. 

7)  The  technological  study  of  improvements  in  the 
methods  of  giving  time  and  geological  information  simul- 
taneously on  standard  broadcasts  is  an  important  example 
of  a  general  problem  now  being  recognized  more  formally 
on  a  broad  scale.  This  is  the  scientific  and  efficient  techno- 
logical use  of  the  electromagnetic  frequency  spectrum. 
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The  Development  of  an  International 
Atomic  Time  Scale 

JAMES  A.  BARNES 


Abstract  —  1  he  paper  reviews  briefly  the  methods  of  generating  atomic 
time  and  the  errors  inherent  in  the  resulting  scales.  An  atomic  clock  consists 
of  an  atomic  frequency  standard  and  an  "integrator"  to  accumulate  the  phase 
of  the  signal.  Because  of  noise  perturbing  the  instantaneous  frequency,  an 
ensemble  of  identical  atomic  clocks  will  show  a  distribution  of  (epoch)  times 
which  is  unbounded  as  the  system  evolves  in  time.  The  recognition  of  this 
problem  has  important  consequences  in  national  and  international  coordina- 
tion of  time  scales  and  the  construction  of  average  atomic  time  scales. 

Also  of  significance  is  the  not  completely  resolved  question  of  weighting 
of  individual  standards  in  the  construction  of  average  time  scales.  In  spite  of 
these  difficulties,  it  is  pointed  out  that  through  coordination  and  proper  data 
handling,  most  of  the  advantages  of  astronomical  time  scales  can  be  realized 
by  atomic  time  scales.  A  statement  of  some  of  the  problems  facing  any  at- 
tempts at  coordination  is  presented  without  any  suggested  solutions. 

I.  The  Construction  of  an  Atomic  Time  Scale 

A.  Introduction 

WHEN  one  thinks  of  a  clock,  it  is  customary  to 
think  of  some  kind  of  pendulum  or  balance  wheel 
and  a  group  of  gears  and  a  clock  face.  Each  time 
the  pendulum  completes  a  swing,  the  hands  of  the  clock  are 
moved  a  precise  amount.  In  effect,  the  gears  and  hands  of 
the  clock  "count"  the  number  of  swings  of  the  pendulum. 
The  face  of  the  clock,  of  course,  is  not  marked  off  in  the 
number  of  swings  of  the  pendulum  but  rather  in  hours, 
minutes,  and  seconds. 

One  annoying  characteristic  of  pendulum  type  clocks  is 
that  no  two  clocks  ever  keep  exactly  the  same  time.  This  is 
one  reason  for  looking  for  a  more  stable  "pendulum"  for 
clocks.  In  the  past,  the  most  stable  "pendulums"  were 
found  in  astronomy.  Here  one  obtains  a  significant  ad- 
vantage because  only  one  universe  exists — at  least  for  ob- 
servational purposes,  and  time  defined  by  this  means  is 
available  to  anyone — at  least  in  principle.  Thus,  one  can 
obtain  a  very  reliable  time  scale  which  has  the  property  of 
universal  accessibility.  In  this  paper,  time  scale  is  used  to 
refer  to  a  conceptually  distinct  method  of  ordering  events 
in  time. 

In  a  very  real  sense,  the  pendulum  of  ordinary,  present- 
day,  electric  clocks  is  the  electric  current  supplied  by  the 
power  company.  The  power  companies  normally  are  careful 
that  just  the  right  number  of  swings  of  the  pendulum  occur 
each  day,  the  length  of  the  day  being  determined  by  observa- 
tories. Since  all  electric  clocks  which  are  powered  by  the 
same  source  have,  in  effect,  the  same  pendulum,  these  clocks 
will  neither  gain  nor  lose  time  relative  to  each  other.  Indeed, 
they  will  remain  close  to  astronomical  time. 
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It  has  been  known  for  some  time  that  atoms  have  char- 
acteristic resonances  or,  in  a  loose  sense,  "characteristic 
vibrations."  The  possibility,  therefore,  exists  of  using  the 
"vibrations  of  atoms"  as  pendulums  for  clocks.  The  study 
of  these  "vibrations"  has  normally  been  confined  to  the 
fields  of  microwave  and  optical  spectroscopy.  Presently, 
microwave  resonances  (vibrations)  of  atoms  are  the  most 
precisely  determined  and  reproducible  physical  phenomena 
that  man  has  encountered.  There  is  ample  evidence  to  show 
that  a  clock  which  uses  "vibrating  atoms"  as  a  pendulum 
will  generate  a  time  scale  more  uniform  than  even  its  astro- 
nomical counterpart. 

But  due  to  intrinsic  errors  in  any  actual  clock  system,  one 
may  find  himself  back  in  the  position  of  having  clocks  which 
drift  relative  to  other  similar  clocks.  Of  course,  the  rate  of 
drift  is  much  smaller  for  atomic  clocks  than  the  old  pendu- 
lum clocks,  but  nonetheless  real  and  important.  If  at  all 
possible,  one  would  like  to  gain  the  attribute  of  universal 
accessibility  for  atomic  time  also.  This  can  be  accomplished 
only  by  coordination  between  laboratories  generating 
atomic  time.  Both  national  and  international  coordination 
are  in  order. 

It  is  the  purpose  of  this  paper  to  review  briefly  the 
methods  of  constructing  atomic  time  scales  and,  in  doing  so, 
to  point  out  the  limitations  and  difficulties  facing  an  inter- 
nationally, or,  for  that  matter,  a  nationally  accepted  stan- 
dard of  atomic  time  (epoch).  Within  the  literature  one  can 
find  numerous  papers  treating  time,  both  astronomical  and 
atomic.  It  is  not  the  purpose  of  this  paper  to  review  the  en- 
tire field  of  timekeeping  and  show  the  relation  of  atomic 
time  to  other  forms  of  time.  For  such  a  review,  the  reader 
is  referred  to  the  literature  [1  ],  [2].  Similarly,  one  may  find 
extensive  literature  which  covers  the  detailed  limitations  of 
atomic  frequency  standards. 1  The  rather  modest  aim  of  this 
paper  is  to  recognize  the  common  difficulties  of  atomic  fre- 
quency standards  in  general  and  develop  the  consequences 
for  an  international  standard  of  atomic  time.  The  author 
hopes  to  accomplish  two  things  in  the  present  treatment: 
first,  to  formulate  a  clear  and  concise  statement  of  some  of 
the  technical  (as  opposed  to  political,  personality,  or  tradi- 
tional) problem  areas  to  be  overcome  and  second,  to  convey 
to  individuals  who  are  not  intimately  involved  in  the  field 
the  present,  rather  volatile  state  of  affairs  in  atomic  time- 
keeping. 

1  See,  for  example.  R.  E.  Beehler,  "A  historical  review  of  atomic  fre- 
quency standards,"  this  issue:  A.  O.  McCoubrey,  "The  relative  merits  of 
atomic  frequency  standards,"  this  issue;  and  the  Special  Issue  on  Fre- 
quency Stability,  Proc.  IEEE,  vol.  54,  February  1966. 
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It  is  of  value  in  comparing  time  scales  to  consider  four 
significant  attributes  of  some  time  scales: 

1)  accuracy  and  precision, 

2)  reliability, 

3)  universal  accessibility, 

4)  extension. 

In  the  areas  of  accuracy  and  precision,  atomic  time  scales 
have  a  clear  advantage  over  their  astronomical  counterpart. 
Atomic  clocks  may  be  able  to  make  a  reasonable  approach 
to  the  reliability  and  accessibility  of  astronomical  clocks. 
The  extension  of  time  to  past  events  (indeed,  remote,  past 
events)  is  a  feature  which  atomic  clocks  will  never  possess. 
Their  utility  for  future  needs,  however,  is  quite  another 
matter.  The  needs  of  the  general  scientific  community  and, 
in  particular,  the  space  industries  are  making  ever  greater 
demands  on  accurate  and  precise  timing  covering  longer 
time  intervals.  Often  these  needs  cannot  be  met  by  astro- 
nomical time. 

B.  The  Basic  System 

An  ordinary  clock  consists  of  two  basic  subsystems:  a 
periodic  phenomenon  (pendulum),  and  a  counter  (gears, 
clock  face,  etc.)  to  count  the  periodic  events.  An  atomic 
clock  differs  from  conventional  clocks  only  in  that  the  fre- 
quency of  the  periodic  phenomenon  is,  in  some  sense,  con- 
trolled by  an  atomic  transition  (atomic  frequency  standard) 
[3],  [4].  Since  microwave  spectroscopic  techniques  allow 
frequencies  to  be  measured  with  a  relative  precision  far 
better  than  any  other  physical  quantity,  the  desirability  of 
extending  this  precision  to  the  domain  of  time  measure- 
ment has  long  been  recognized. 

It  is  customary  to  define  the  instantaneous  (angular)  fre- 
quency, Q  =  2nf,  of  a  signal  generator  by  the  equation 


~dt' 


in 


where  0  is  the  phase  of  the  signal  output  and  /  is  the  time. 
This  definition  is  consistent  with  the  theory  of  operation  of 
atomic  frequency  standards  [5]-[7].  Thus,  if  Qs  is  the 
angular  frequency  of  an  atomic  frequency  standard  and  <£s 
is  the  instantaneous  phase,  then  one  interprets  t  as  atomic 
time.  It  is  convenient  to  assume  that  Qs  —  Qs(4>s),  and  then, 
the  solution  of  (1)  becomes 


£i  -  tn  = 


<l>o 


d<t>s 


(2) 


For  the  case  where  Qs  =  2nfs  is  constant,  one  may  obtain 
from  (2) 


ti  -  tn  = 


fs 


(3) 


where  /V,  —N0  is  the  number  of  cycles  (not  necessarily  an 
integer)  elapsed  during  the  interval  f,  —  /0  of  atomic  time. 
It  is  customary  to  set 

h  =  N0  =  0 
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at  some  arbitrary  point  in  time.  Several  atomic  scales  [8]- 
[10]  have  chosen  the  "zero  point"  at  zero  hours,  Jan- 
uary 1,  1958  (UT2),  but  this  is  not  universal  among  all 
atomic  scales  in  existence  today. 

Thus,  an  atomic  clock  may  consist  of  an  atomic  fre- 
quency standard  and  synthesizer-counter  system  which 
contains  the  current  value  of  N/fs.  In  practice,  one  normally 
maintains  a  running  count  of  the  atomic  time  {N/Q  on  some 
visual  display  capable  of  being  read  to  the  nearest  second. 
Also  a  device  is  operated  which  generates  a  very  precise 
electrical  pulse  each  time  the  counter  (AO  increases  its  count 
by  the  numerical  value  of  fs  (i.e.,  each  atomic  second). 
Fractions  of  one  second  then  are  determined  by  interpola- 
tion between  the  one-second  ticks  of  the  clock.  For  pre- 
cision measurements,  the  usual  method  of  interpolation  is 
to  use  an  electronic  frequency  counter  operated  in  the  time 
interval  mode,  and  determine  the  time  interval  between  a 
tick  of  the  atomic  clock  and  the  observed  event.  Measure- 
ments to  one  nanosecond  are  possible  by  this  technique  and 
the  use  of  "vernier  methods"  [1 1  ]. 

C.  Reliability  and  Redundancy 

In  the  past,  reliable  operation  of  atomic  frequency  stan- 
dards has  been  a  significant  problem.  Presently,  however, 
commercial  units  with  a  mean  time  between  failure  (MTBF) 
exceeding  one  year  are  not  uncommon.  As  with  most  solid- 
state  devices,  the  first  six  to  twelve  months  is  the  biggest 
problem,  although  finite  atom  source  lifetime  prevents  un- 
limited operation  without  interruption. 

It  is  true  that  an  MTBF  exceeding  one  year  reflects  sig- 
nificant engineering  accomplishments,  but  this  is  far  from 
comparable  to  the  high  reliability  of  astronomical  time.  The 
obvious  solution  is  to  introduce  redundancy  in  the  clock 
system.  One  can  use  several  atomic  clocks  in  the  system  and 
this  should  certainly  be  the  best  approach  in  the  sense  of 
accuracy  and  reliability — it  is  expensive,  however.  An  alter- 
native is  to  use  secondary  standards  or  crystal  oscillators  as 
"fly  wheels"  during  down  times  of  the  primary  frequency 
standard.  A  reasonable,  economical  compromise  is  prob- 
ably a  mixture  of  these  two  possibilities. 

Suppose  the  synthesizer-counter  subsystem  of  a  clock 
system  should  jump  a  small  amount  and  cause  a  disconti- 
nuity in  its  indicated  time.  It  is  possible  that  such  a  transient 
malfunction  could  occur  with  no  outwardly  apparent  signs 
of  malfunction  of  the  apparatus.  It  is  also  apparent  that  if 
only  two  clocks  are  available  for  intercomparison,  it  is  im- 
possible to  decide  which  clock  suffered  the  transient  mal- 
function. Thus,  three  clocks  (not  necessarily  all  atomic)  con- 
stitute an  absolute  minimum  for  reliable  operation.  If  one 
or  more  of  these  has  an  extended  probable  down  time  (e.g., 
while  the  atom  source  is  replenished  in  an  atomic  device), 
then  four  or  five  clocks  become  a  more  workable  minimum. 

It  should  be  noted  here  that  one  could  assemble  a  large 
group  of  clocks  into  one  system  and  the  system  MTBF 
calculated  from  the  individual  MTBF's  might  extend  into 
geologic  time  intervals.  This  system  MTBF  is  undoubtedly 
over-optimistic  due  to  neglect  of  the  possibilities  of  ca- 
tastrophes or  operator  errors.  Nonetheless,  with  various 
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atomic  clocks  spread  over  the  earth,  it  should  be  possible  to 
maintain  an  epoch  of  atomic  time  with  a  reliability  that 
could  satisfy  almost  any  future  demand. 

D.  Propagation  of  Errors  in  an  Atomic  Clock 

In  any  actual  atomic  frequency  standard,  there  are  always 
noise  processes  which  prevent  its  frequency  from  being  ab- 
solutely constant.  Here  it  is  necessary  to  reconcile  the  idea 
of  nonconstancy  with  the  idea  of  a  standard.  Conceptually, 
a  standard  is  often  defined  in  certain  highly  idealized  ways. 
The  actual  physical  embodiment  of  a  standard  is  always  less 
than  ideal  [12].  In  a  cesium  or  thallium  beam  device,  for 
example,  the  effects  of  shot  noise  of  the  beam  itself  can  be 
reduced  by  going  to  a  high  flux  of  atoms  but  the  effects  can- 
not be  eliminated  entirely. 

Define  Q0  now  to  be  the  "ideal"  (instantaneous)  fre- 
quency of  an  atomic  frequency  standard  (the  numerical 
value  of  Q0 's  set  by  definition)  and  let  e  represent  the  de- 
parture of  the  actual  frequency  Qs  from  the  ideal,  i.e., 

Qs  =  Q0  +  e. 
Under  these  conditions,  (2)  becomes  approximately 


N 

To 


(2nf0) 


MM 


(4) 


for  |e//o| «  1  T  is  the  ideal  (though  unobservable)  time. 

The  most  favorable  class  of  noise  which  one  might  reason- 
ably expect  for  an  actual  frequency  standard  is  that  £  is  a 
band-limited  white  noise  with  zero  mean.  Another,  entirely 
possible  spectral  type  of  noise,  is  flicker  (1//)  noise.  The 
sources  of  systematic  errors  and  the  noise  sources  are  ade- 
quately covered  in  other  papers  (for  example,  Beehler  et  al. 
[12]).  Defining  tx=N/f0,  the  indicated  time,  (4)  may  be 
written  in  the  form 


1 


h  *  T  +  — 
2n 


E,{t)dt 


(5) 


where  <p  =  2nf0t,  el(t)  =  E(2nf0t)  =  e((j)),  and  |e//0|«l.  For 
s^t),  a  white  noise  process,  the  integral  on  the  right  of  (5) 
is  a  "Brownian  motion"  or  Wiener-Levy  process.  A  char- 
acteristic of  such  a  process  is  that  while  its  average  value  is 
zero,  its  excursions  away  from  zero  can  be  arbitrarily  large 
as  tx  becomes  large.  It  is  easiest  to  imagine  a  large  ensemble 
of  identical  clocks  which  were  set  together  at  t1  =0,  i.e.,  a 
Dirac  S  function  for  the  initial  distribution  density  of  the 
clocks.  As  this  system  evolves  in  time,  each  clock  will 
wander  away  from  the  others,  and  at  some  later  time  (t1>0) 
there  will  be  a  spread  to  the  distribution  density  of  the 
clocks.  It  is  a  characteristic  of  Brownian  motion  that  the 
width  of  this  distribution  increases  proportionally  to 
If  Si(t)  is  other  than  a  white  noise  with  zero  mean,  the  above 
statements  do  not  hold.  For  example,  if  £,(/)  is  a  flicker  (1//) 
noise  process,  the  uncertainty  of  the  value  of  the  integral 
grows  linearly  with  t  even  though  it  is  a  nondeterministic 
process.  It  is  thus  important  to  know  what  types  of  noise 


predominate  in  actual  standards  and  how  closely  they  ap- 
proach theoretical  limitations. 

The  omnipresent  flicker  (l/f)  noise  in  electronic  equip- 
ment encourages  one  to  conclude  that  this  type  of  noise  will 
be  the  ultimate  limitation  of  stability  of  all  atomic  frequency 
standards.  Within  the  author's  experience,  all  atomic  fre- 
quency standards  do  "flicker  out"  eventually  when  left  un- 
disturbed. The  effects  of  occasional  realignments  of  system 
parameters  on  the  continuation  of  flicker  noise  are  difficult 
to  evaluate.  It  is  reasonable  to  expect  that  complete  align- 
ments of  the  standard  do  destroy  correlations  which  give 
rise  to  the  flicker  noise.  Based  on  this  reasoning,  it  is  reason- 
able then  to  weight  laboratory-type  standards  more  heavily 
than  the  hermetically  sealed  commercial  units  which  have 
been  in  operation  for  some  time. 

Typical  values  for  the  coefficient  of  the  linear  increase  in 
the  time  uncertainty  (assuming  a  flicker  noise  frequency 
modulation)  range  from  1CP14  for  hydrogen  masers  to  a 
few  times  10"  13  for  good  cesium  beams  [4].  For  the  present 
state-of-the-art,  the  uncertainties  due  to  systematic  offsets 
are  significantly  greater  than  these  values  (10~  1 1  to  10"  12), 
and  thus  the  noise  processes  do  not  directly  limit  the  ac- 
curacy of  the  instrument.  The  noise  processes  do,  however, 
determine  its  precision  (uniformity).  One  significant  con- 
clusion from  these  considerations  may  be  stated :  No  matter 
how  carefully  systematic  differences  between  elements  of  an 
ensemble  of  frequency  generators  are  removed,  the  spread 
of  times  indicated  by  the  various  clocks  will  grow  at  least  as 

and  very  possibly  as  /  itself. 

While  these  statements  seem  pessimistic,  it  is  of  value  to 
recognize  that  Brouwer  [13]  determined  that  the  random 
processes  which  affect  the  rotation  of  the  earth  on  its  axis 
caused  the  rms  fluctuations  in  Universal  Time  to  increase  as 
fi,  for  /  greater  than  one  year.  For  periods  of  the  order  of  a 
year  or  less  it  appears  that  the  variations  in  the  UT2  time 
scale  cause  the  rms  fluctuations  to  increase  as  the  first  power 
of  /  (flicker  noise  frequency  modulation).  The  coefficient  of 
this  linear  term  is  about  2  x  10~9  or  almost  a  factor  of  104 
worse  than  some  cesium  clocks. 

The  present  means  of  determination  of  Ephemeris  Time 
(ET)  are  not  adequately  precise  to  allow  definitive  state- 
ments about  possible  variations  of  ET  [1  ]. 

It  is,  of  course,  difficult  to  conceive  of  an  ensemble  of 
solar  systems  to  give  operational  meaning  to  some  of  these 
comments.  The  fact  that  only  one  solar  system  is  used  solves 
the  problems  of  drifting  astronomical  time  scales  by  default. 
The  fluctuations  in  Universal  Time  are,  nonetheless,  ob- 
servable and  subject  to  classification  by  statistical  tech- 
niques. A  unique  time  scale  which  would  be  universally 
accessible  is  certainly  desirable. 


II.  Construction  of  an  Average  Atomic  Time  Scale 

A.  Introductory  Comments 

As  mentioned  in  Section  I-C,  there  is  often  reason  to  con- 
struct average  scales  even  within  a  given  laboratory.  In 
actual  practice,  average  scales  have  been  constructed  in 
laboratories  which,  themselves,  do  not  possess  a  primary 
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atomic  frequency  standard.  This  is  accomplished  by  using 
standard  radio  transmissions  of  other  laboratories.  This 
method,  on  the  face  of  things,  has  certain  advantages.  By 
referring  to  a  select  set  of  primary  frequency  standards  one 
hopes  to  accomplish  two  things:  obtain  a  time  scale  with 
less  bias  and  greater  uniformity  than  any  of  the  individual 
standards,  and  construct  a  scale  which  may  be  reproduced  in 
any  other  laboratory  that  wishes  to  duplicate  results.  To 
accomplish  either  of  the  above  results  is  difficult  in  practice. 
These  difficulties  arise  from  two  sources:  There  are  diffi- 
culties of  quantitatively  assessing  the  value  of  an  individual 
standard  relative  to  the  others  used  in  the  construction  of 
the  average  scale,  and  there  exists  the  possibility  of  an  in- 
advertent introduction  of  additional  "Brownian  motion" 
terms  in  the  constructed  scales. 

B.  Weighting  Factors 

There  exist  two  possible  criteria  which  might  be  con- 
sidered for  determining  a  set  of  weighting  factors  for  the 
individual  standards  in  establishing  an  average  standard.  A 
perfectly  reasonable  and  realizable  approach  is  to  weight 
an  individual  standard  inversely  proportional  to  its  mean 
square  variation  in  frequency  over  some  time  interval  which 
may  be  determined  (at  least  in  principle)  by  comparing  the 
standard  with  an  ensemble  of  other  precision  signal  sources. 
With  the  weighting  factors  determined  in  this  way,  the  re- 
sulting average  standard  should,  in  fact,  be  more  uniform 
than  any  of  its  individual  constituents  (i.e.,  uniformity  of 
rate,  not  necessarily  accuracy  of  rate).  One  must  consider 
here  some  of  the  problems  of  long-term  stability. 

An  alternative  is  to  weight  the  individual  standards  pro- 
portionally to  the  individual  probabilities  of  being  correct. 
The  problem  here,  of  course,  is  how  to  determine  the  ac- 
curacy of  the  individual  standards.  Does  one  believe  the 
individual  claims?  Are  the  claims  based  on  the  same  objec- 
tive criteria?  One  can  show  that,  if  there  is  a  variation  in  the 
accuracy  capabilities  of  the  individual  standards  and  one 
assumes  that  they  are  equally  reliable  (equal  weighting),  the 
resulting  scale  is  often  closer  to  the  worst  in  its  performance 
than  to  the  best.  While  this  seems  to  be  a  significant  di- 
lemma, some  very  useful  suggestions  have  come  from  some 
statistical  studies  [14]— [16]. 

Statisticians  seem  reasonably  agreed  that  the  simple 
mean  (equal  weighting)  may,  in  specific  situations,  not  be 
the  best  estimate.  What  is  needed  here  is  a  compromise  be- 
tween minimum  bias  and  safety  from  far-out  values.  The 
author  is  not  aware  of  any  laboratory  that  is  attempting  to 
implement  the  rather  recent  suggestions  by  statisticians. 

In  the  author's  opinion,  the  most  reasonable  approach  is 
the  former  alternative — to  base  the  weighting  factors  on  the 
stability  of  the  individual  standards.  To  this  end,  the 
methods  employed  by  Blair,  Crow,  and  Morgan  [17],  [18] 
may  prove  quite  useful. 

C.  Averages  oj  Frequency  and  Time 

Historically,  the  average  time  scales  which  have  been  con- 
structed have  been  based  on  frequency  measurements  of  the 
various  standard  broadcasts.  Because  of  frequency  mea- 
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surement  errors,  it  is  seen  that  if  two  laboratories  attempt 
to  duplicate  results  in  constructing  average  scales,  relative 
time  errors  between  the  two  laboratories  tend  to  accumulate 
in  (at  best)  a  random  walk  fashion.  In  this  situation,  one 
has  not  acquired  the  redundancy  and  reliability  of  time 
measurements  that  is  desirable. 

In  constructing  an  average  time  scale,  two  alternative 
data  handling  techniques  are  possible.  One  alternative  is  to 
treat  the  select  set  of  atomic  standards  as  simply  defining 
frequency,  as  has  been  done  in  the  past.  In  so  doing,  fre- 
quency measurement  errors  em(t)  are  introduced  which  are 
probably  not  correlated  with  errors  of  other  laboratories 
observing  the  same  set  of  frequency  standards.  Thus,  each 
average  time  scale  constructed  on  this  basis  has  its  own 
(independent  of  others)  "Brownian  motion."  That  is,  even 
though  all  laboratories  attempt  to  handle  data  in  exactly 
the  same  way,  the  average  scales  gradually  walk  away  from 
each  other  regardless  of  the  fact  that  they  are  using  the  same 
set  of  standards  and  the  same  weightings. 

The  more  reasonable  alternative  is  to  derive  the  average 
time  scale  from  an  average  of  the  times  (as  opposed  to  fre- 
quencies) of  the  set  of  select  time  scales.  This  average  should 
probably  be  other  than  the  simple  mean  as  noted  above. 
By  this  technique,  the  measurement  errors  do  not  ac- 
cumulate in  an  unbounded  fashion  as  in  a  "Brownian 
motion."  The  problem  here  is  obtaining  comparisons  of 
epoch  for  the  necessary  scales.  While  it  is  true  that  some 
standard  broadcasts  are  phase-locked  to  their  primary  time 
scales  [8],  this  is  a  fairly  recent  innovation  and  not  all  such 
broadcasts  incorporate  this  technique.  Portable  clocks  are 
an  obvious,  though  expensive,  solution  [19],  [20]. 

It  should  be  noted  that  the  average  scale  still  has 
"Brownian  motion"  terms  inherent  in  its  construction.  The 
significant  point  here  is  that  the  "Brownian  motions"  are 
common  to  all  laboratories  that  construct  the  average  scale 
and,  thus,  the  times  kept  by  these  laboratories  do  not  "walk 
away"  from  each  other  in  an  unbounded  fashion.  In  effect, 
the  (weighted)  average  epoch  of  the  select  set  of  atomic 
clocks  can  be  considered  to  exist  independently  of  its  ob- 
servation by  some  laboratory.  Although  there  will  always 
be  some  error  of  observation  of  the  average,  these  errors  of 
observation  do  not  compound  with  the  errors  of  subsequent 
observations  and,  hence,  are  not  a  "Brownian  motion"  or 
"random  walk"  type  of  error.  By  this  method  one  has  effec- 
tively recaptured  the  property  of  universal  accessibility  for 
the  atomic  scale. 

III.  Coordination  of  Atomic  Time  Scales 

A.  Introductory  Comments 

There  are  compelling  reasons  to  consider  an  international 
coordination  of  atomic  time  scales  to  be  desirable.  The  pres- 
ent paper  does  not  pretend  to  solve  the  problems  of  co- 
ordination but  merely  to  delineate  and  recognize  some  of 
the  technical  problem  areas  which  will  have  to  be  faced  by 
any  coordination  proposal.  What  follows  is  a  statement  of 
some  of  the  technical  problems  which  the  author  considers 
most  significant. 
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B.  Extent  of  Coordination 

It  must  be  decided  if  only  one  average  international  stan- 
dard of  atomic  time  should  exist  with  all  stations  maintain- 
ing close  correlation  to  this  standard  or  if  a  more  relaxed 
coordination  should  prevail.  As  an  example,  individual  na- 
tions maintain  their  own  standard  of  the  volt  and  these  are 
intercompared  to  define  an  international  volt.  Each  country 
knows  the  relation  of  its  volt  to  the  international  volt,  but 
within  the  country  the  individual  standards  are  used.  An 
analogous  system  is  possible  with  the  epoch  of  atomic  time. 

In  the  author's  opinion,  a  fairly  close  coordination  is 
desirable.  Since  uniformity  and  precision  are  the  most 
salient  features  of  atomic  time,  it  is  inconsistent  to  gain  co- 
ordination of  atomic  time  scales  by  discrete  steps  in  the 
indicated  epoch  of  coordinating  broadcast  stations.  It  seems 
reasonable  to  maintain  the  broadcast  time  signals  near  the 
coordinated  time  by  very  small  (approaching  the  accuracy 
limitations)  variations  in  the  reference  frequency.  The 
fundamental  constituent  time  scales  used  in  determining 
the  one  coordinated  time  scale  would  be  intercompared 
either  by  portable  clocks  or  via  published  values  for  the 
broadcast,  coordinated  time  scales. 

C.  The  Sanctity  of  the  Individual  Atomic  Time  Standard 

Because  of  the  problems  discussed  in  Section  II-B,  most 
laboratories  which  maintain  their  own  atomic  time  scales 
are  quite  reluctant  to  "contaminate"  their  scales  with  ques- 
tionable data  and  techniques.  Of  all  the  problems  facing  co- 
ordination, this  problem  may  well  prove  the  most  difficult. 
As  is  shown  in  Section  II,  the  methods  of  constructing  an 
average  time  scale  are  not  closed  issues.  One  may  reason 
that  the  extreme  reliability  and  great  convenience  of  a 
closely  coordinated  time  system  should  be  adequate  in- 
ducement to  laboratories  to  cooperate  in  such  an  arrange- 
ment. 

D.  Nomenclature 

As  time  scales  have  appeared  throughout  the  world,  an 
amazing  array  of  different  naming  schemes  have  evolved. 
There  exist  A.  1,  A.  3,  TA1,  NBS-A,  UTC,  and  NBS-UA, 
to  name  a  few.  There  is  no  reason  why  a  coherent  naming 
procedure  cannot  be  adopted — this  will  probably  be  re- 
solved in  the  near  future.  One  could  logically  adopt  a 
nomenclature  which  first  gives  the  generic  type  of  time  scale 
(e.g.,  AT — atomic  time)  and  then  in  parentheses  the  labora- 
tory actually  making  the  measurement  [e.g.,  AT(NBS) 


would  mean  the  atomic  time  scale  maintained  at  the  Na- 
tional Bureau  of  Standards].  This  is  quite  similar  to  the 
notation  used  by  the  BIH  [9]. 
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By  computing  the  root  mean  square  of  the  third  difference  of  the  fluc- 
tuations of  Universal  Time  for  various  sample  times,  a  spectral  classification 
of  the  fluctuations  can  be  made.  For  periods  from  0.02  years  to  20  years, 
the  data  indicate  a  power  spectral  density  for  the  fluctuations  which  varies 
as  |<o|  —  a  i  where  a  lies  in  the  range  3  <  a  <  5. 

Based  on  the  spectral  classification,  some  simple  and  practical  methods  of 
predicting  frequency  offsets  for  coordinated  Universal  Time  are  compared 
to  theoretically  optimum  (linear)  prediction.  Three  methods  are  con- 
sidered and  are  applied  to  past  UT  2  data  for  comparison.  A  conclusion 
from  the  paper  is  that  the  frequency  offset  for  the  coordinated  time  scales 
(following  present  regulations)  may  be  predicted  such  that  no  resets  of 
epoch  are  required  for  roughly  60  per  cent  of  the  years  for  which  the  pre- 
diction is  made. 

KEY  WORDS:     Universal  Time,  Prediction,  Coordinated   Universal  Time. 
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INTRODUCTION 

Prior  to  the  year  1956,  the  definition  of  the  second 
was  the  fraction  1/86,400  of  the  mean  solar  day.  Since 
the  late  1930's,  however,  astronomers  have  been  aware 
of  fluctuations  in  the  Earth's  rate  of  rotation.1,2  In 
1952  a  statistical  classification  of  these  fluctuations  was 
presented  by  Brouwer.3  His  conclusion  was  that  the 
rate  of  rotation  behaved  as  an  "accumulation  of  random 
digits,"  i.e.,  a  random  walk. 

Because  of  the  fluctuations  in  the  Earth's  rate  of  rota- 
tion, a  new  definition  of  the  unit  of  time  (the  second) 
was  adopted  in  1956.  This  definition  is  based  upon  the 
Earth's  orbital  motion  around  the  sun  and  is  called 
Ephemeris  time  (ET).  In  1964  an  alternate  standard  for 
measuring  the  second  received  international  acceptance. 
This  standard  is  the  cesium  beam  atomic  clock  and  gen- 
erates a  second  of  time  which  does  not  differ  from  the 
Ephemeris  second  within  the  present  limits  of  measure- 
ment (limitations  in  the  measurement  stem  from  diffi- 
culties in  the  precise  determination  of  ET). 

Late  in  the  1950's,  several  laboratories  began  to  main- 
tain an  epoch  of  atomic  time  based  upon  the  cesium 
atom's  frequency.  Of  significance  for  this  paper  are 
two  atomic  time  scales,  the  A.l  scale  of  the  U.  S.  Naval 
Observatory4  and  the  A. 3  scale  of  the  International 
Time  Bureau  (BIH) 5  in  Paris.  Regular  comparisons 
between  these  time  scales  and  Universal  time  (UT,  based 
upon  the  rotation  of  the  Earth  on  its  axis)  are  available 
covering  the  interval  from  1956  to  the  present.  As  is 
considered  below,  this  allows  one  to  significantly  aug- 
ment the  ET-UT  data  by  virtue  of  the  high  precision 
of  the  atomic  measurements,  which  allow  more  frequent 
determination  of  the  UT  epoch. 

Universal  time  (UT)  is  significant  because  many  forms 
of  navigation  depend  upon  fairly  accurate  knowledge 
of  the  Earth's  angular  position  relative  to  the  sun  and 
stars.  For  this  reason  all  time  signals  broadcast  by  sta- 
tions coordinating  with  the  International  Time  Bureau 
(BIH)  in  Paris,  in  accordance  with  international  regu- 
lations, maintain  close  agreement  with  UT  2  (mean  solar 
time  with  corrections  for  some  known  perturbations). 

Present  CCIR  regulations  require  some0  coordinated 
"time"  signals  (UTC)  to  be  offset  in  rate  relative  to 
the  atomic  second  by  integral  multiples  of  50  parts  in 
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1010.  The  offset  in  frequency  is  announced  by  the  BIH 
in  the  fall  of  the  year  preceding  the  year  in  which  it 
is  to  be  used.  When  UT  2  and  coordinated  "time" 
signals  differ  in  excess  of  0.1  second,  the  coordinared 
"time"  signals  are  reset  exactly  one  tenrh  of  a  second  as 
announced  by  BIH.  Thus,  each  year  various  observatories 
and  laboratories  are  interested  in  predicting  the  Earth's 
rotational  rate  for  the  next  year. 

CLASSIFICATION  OF  UT  2  BEHAVIOR 

The  methods  of  analysis  used  here  may  be  found  in 
the  Special  Issue  of  the  Proceedings  of  the  IEEE,  Vol. 
54,  No.  2,  February,  1966.  In  particular,  Cutler  and 
Searle,7  Vessot,  et  al.,8  Allan,9  and  Barnes10  use  time 
domain  analysis  to  infer  power  spectral  density.  The 
present  authors  considered  it  worthwhile  to  apply  some 
of  these  techniques  to  Universal  time. 

By  correcting  Universal  time  (UT)  for  the  migration 
of  the  Earth's  poles  one  obtains  UT  1.  Then  by  remov- 
ing the  remaining  yearly  periodic  fluctuations  one  ob- 
tains UT  2.  Numerous  observatories  determine  UT  2. 
Some  of  the  most  extensive  data  may  be  found  in  the 
publications  of  the  BIH.  In  particular,  data  of  UT  2 
relative  to  an  atomic  time  scale  may  be  found  in  refer- 
ence 5  covering  the  years  1956.0  to  1965.0  at  10-day 
intervals.  The  rms  third  difference10  of  these  data  is 
plotted  in  Figure  1  as  a  function  of  the  delay  time,  T. 
The  third  difference  is  given  by 

A8?  =  ?(t+3r)  -  3?(t  +  2r)  +  3?(t  +  -)-  ?(t)  . 

(1) 

Also  plotted  in  Figure  1  is  the  rms  third  difference 
of  UT-ET  as  obtained  from  Brouwer3  for  the  years 
1820.5  to  1900.5  and  from  reference  11  for  the  years 
1901.5  to  1962.5.  While  UT  differs  from  UT  2,  the 
corrections  from  UT  to  UT  1  are  too  small  to  be  re- 
solved in  the  data  for  periods  longer  than  one  year 
and  the  UT  1  to  UT  2  corrections  are  periodic  at  one 
year,  which  is  exactly  the  sampling  rate.  While  one 
may  question  the  reliability  of  the  ET  measurements, 
there  is  as  yet  no  significant  indication  that  ET  differs 
from  Atomic  time  (AT).  The  precision  of  determina- 
tion of  ET  is  not  nearly  as  high  as  for  AT12,  but  for 
periods  of  two  years  or  longer  the  measurement  errors 
of  ET  are  not  significant  for  Figure  1>.  Thus  Figure  1 
may  be  considered  to  reflect  the  fluctuations  in  UT  2 
relative  to  a  uniform  clock. 

The  confidence  limits  indicated  by  Figure  1  were 
computed  according  to  the  number  of  independent, 
non-overlapping  third  differences  used  to  calculate  the 
rms  third  difference  according  to  reference  13.  The 
limits  indicated  on  Figure  1  are  calculated  for  a  90  per 
cent  confidence.  The  single  "best"  straight  line  is  not, 
in  fact,  contained  within  90  per  cent  of  the  confidence 
intervals  shown.  This  single  "best"  line  has  a  slope 
of  about  1.36. 

The  same  data  of  Figure  1  are  plotted  on  Figure  2 
■with  two  straight  lines  intersecting  at  about  one  year. 
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It  is  interesting  to  note  that  Brouwer,3  using  a  bit 
more  extensive  data  than  the  ET-UT  data  used  here, 
concludes  that:  "The  resulting  value  for  the  secular 
increase  in  the  length  of  the  day  is  +0.800135±0.800038 
(s  =  seconds)  per  century.  The  principal  uncertainty 
in  these  evaluations  is  due  to  the  random  process  which 
causes  the  amplitude  of  the  fluctuations  to  increase  pro- 
portionally to  the  power  3/2  of  the  time  .  .  ."  (We 
note  that  if  the  rms  amplitude  of  fluctuations  increase 
in  proportion  to  the  3/2  power  of  time,  then  the  rms 
third  difference  does  also.)  Although  Brouwer's  re- 
marks were  based  on  data  with  a  spacing  of  one  year 
and  although  a  line  of  slope  3/2  cannot  be  contained 
within  very  many  confidence  intervals  of  Figure  1,  one 
cannot  completely  rule  out  the  possibility  of  a  3/2 
power  law  for  the  amplitude  of  the  fluctuations  for 
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Figure  1  —  RMS  third  difference  of  UT  data. 


times  smaller  than  one  year.  One  is  tempted  however, 
to  draw  the  lines  as  indicated  in  Figure  2.  A  line  of 
slope  1  fits  the  data  very  well  for  times  less  than  one 
year.  There  are  additional  reasons,  which  will  be  cov- 
ered later,  to  suspect  that  for  times  longer  than  one 
year  a  slope  of  2  as  shown  in  Figure  2  is  not  real. 

One  may  construct  a  table  relating  the  T  dependence 
of  the  rms  third  difference  of  a  time  series  to  the  fre- 
quency dependence  of  the  power  spectral  density  of  that 
series.  The  first  four  values  of  Table  I  were  obtained 
from  Vessot,  et  al.,8  Allan,9  and  Barnes.10  The  remaining 
values  were  obtained  by  extending  their  mode  of  analysis. 
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Figure  2  —  RMS  third  difference  of  UT  data. 


Also,  it  should  be  noted  that  Brouwer3  states  that  "the  ob- 
served fluctuations  in  the  moon's  mean  longitude  are 
compatible  with  the  hypothesis  that  the  rate  of  rotation 
of  the  earth  is  affected  by  cumulative  random  changes." 
Thus,  Brouwer's  model  is  completely  consistent  with 
the  fifth  line  of  Table  1. 
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function,  K(co),  is  approximated 

that  p(t)  is  the  output  of  such  a  filter  when  white  noise 
is  the  input  to  the  filter.  Davenport  and  Root17  show 
[their  Eq.  (11-57)]  that  the  minimum  mean  square  error 
of  prediction  for  p(t+r)  is  given  by 


£miE  =  J"  |g(i?)|2d77 


where  g(r;)  is  the  impulse  response  function  of  the 
filter  which  is  processing  the  white  noise  (of  unit 
power).  The  impulse  response  function,  g(-q),  is  defined 
as  the  Fourier  transform  of  the  transfer  function, 
K(o));  i.e., 


UU 


For  the  case  of  a  filter  with  transfer  function  K(<d) 
the  impulse  response  function  is18 


5O1) 


■(*) 


(2) 

The  minimum  mean  square  error  of  prediction  then 
becomes 


£min 


to)'  ^"d" 


Thus,  for  a  signal,  p(t),  whose  power  spectral  den- 
sity (relative  to  an  angular  frequency  to  be  consistent 
with  references  9  and  10)  is  given  by 

S<p(o>)  =h|k(o)|2  =  h|<o|"a  >«>  1,  (3) 
where  h  is  the  input  power  spectral  density  (relative 
to  a)),  the  minimum  mean  square  error  of  prediction 
is  expected  to  be 


2irh 


>1. 


(4) 


where  wh  is  a  high  frequency  cutoff. 

A  Noise  Model 

It  is  possible  to  construct  a  filter"-16  whose  transfer 
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The  factor  of  2tt  occurs  because  (3)  is  a  density  rela- 
tive to  an  angular  frequency  rather  than  a  cycle  fre- 
quency. 

The  Prediction  Problem 

By  virtue  of  the  fact  that  a  is  not  precisely  deter- 
mined by  the  data,  it  was  not  possible  to  determine 
the  best  method  of  prediction.  Instead,  it  was  considered 
simplest  by  the  authors  to  predict  on  the  basis  of  an 
equation  of  the  form 

M 


t  (t  +  r)  =  ^  any>(t-bnr) 
n=l 


(5) 


-17 


where  the  coefficients  -jan,  b„J>  are  to  be  determined  (1) 
on  the  basis  of  available  data  and  (2)  "near"  optimum 
prediction  for  that  range  of  a  which  is  consistent  with 
the  previous  analysis.  (By  "Optimum  Prediction"  one 
means  to  predict  with  a  minimum  resulting  mean  square 
error.) 

The  first  sets  of  <{an  bn[-  investigated  by  the  auth- 
ors were  constructed  with  the  assumption  that  the  actual 

predicted  value,  p(t  +  T),  would  satisfy  an  equation  in 
which  the  m-th  finite  difference  is  zero.  As  an  example, 
the  third  difference  of  the  variable  Xn  is  given  by 

A3Xa  =  Xn+3  —3Xn+2  +  3Xn+l  — Xn. 

and  thus  the  predicted  value  would  be  given  by 

J(t+r)  =  3y»(t)  -3p(t— 0  +  <p(t-2r).  (6) 

In  general  the  errors  based  on  the  finite  difference 
method  of  prediction  are  significantly  worse  than  opti- 
mum prediction.  Figure  3  shows  a  plot  of  the  ratio 
of  finite  difference  prediction  to  optimum  prediction  for 
various  orders  of  differencing  and  as  a  function  of  a. 
Figure  3  was  obtained  from  (4)  and  (6)  and  references 
9  and  10  for  1  <  a  <  3.  The  method  of  analysis  cited 
in  the  previous  references  was  extended  for  the  range 
3  <  a  <  7. 

If  one  accepts  the  possibility  that,  out  to  periods  of 
one  year,  the  Earth's  behavior  is  dominated  by  an  LI-3 
behavior  of  S<p(<o)  (slope  1  in  Figure  2),  then  a  second 
difference  method  is  only  20  per  cent  worse  than  opti- 
mum (see  Figure  3). 

If,  however,  one  accepts  Brouwer's  T3/2  dependence, 
one  can  show  that  optimum  prediction  is  accomplished 
by  a  simple  continuation  of  the  instantaneous  rate. 
(This  is  exacdy  analogous  to  noting  that,  for  a  gambler 


playing  at  even  odds,  the  gambler's  total  funds  are  as 
likely  to  increase  as  decrease  during  the  next  few  plays.) 
The  instantaneous  rate,  however,  is  not  exactly  measur- 
able, and  one  logically  retreats  to  a  prediction  based  upon 
an  equation  of  the  form 

p(t+r)  =<p(t)  +-^-(p(t)-¥>(t-T)).  (7) 
Assuming  that  the  errors  of  measurement  of  v(t)  and 

¥>(t-T)  are  each  five  milliseconds12,  the  error  in  o 
(t  -f  r)  arising  from  the  measurement  of  <p(t)  and 
<p(t  —  T)  can  be  shown  to  become  near  to  the  error 
of  optimum  prediction  at  a  T  value  of  about  2  weeks 
(15  x  105  sec.)  for  T  =  1  year. 

If  one  accepts  an  \m\-5  dependence  for  the  spectral 
density  of  the  fluctuations  in  the  Earth's  angular  posi- 
tion, then  one  finds  the  variance  of  the  second  difference 
of  the  position  does  not  exist  (Figure  3).  This  is  equi- 
valent to  saying  that  the  secular  (mean)  increase  in  the 
length  of  the  day  is  not  a  measurable  quantity.  Based 
on  the  more  extensive  data  in  Brouwer's3  paper  and  some 
recent  results  of  coral  growth,19"23  however,  the  secular 
increase  in  the  length  of  the  day  seems  well  understood. 
If  an  |<o|"5  dependence  is  real,  it  probably  does  not  ex- 
tend to  frequencies  much  below  one  cycle  per  century. 
Munk  and  MacDonald24  (their  Figure  8.1)  indicate 
this  behavior  stops  at  about  one  cycle  per  30  years. 
Dicke25  has  also  discussed  the  long  term  fluctuations  in 
the  rotation  of  the  Earth. 

Because  of  the  rather  steep  slope  to  the  date  of  Figure 
2  for  periods  longer  than  one  year,  a  prediction  method 
which  is  a  compromise  between  a  pure  third  difference 
and  a  pure  second  difference  was  also  investigated.  The 
form  of  the  prediction  studied  is  given  by 

V>(t  +  r)  =  2f(t)  -  (o(t-r) 

+  ^  [?(t)-2,,(t-T)  +  f<t-2T)]. 

(8) 


Prediction  Results 

Because  the  U.  S.  Naval  Observatory  regularly  sup- 
plies the  National  Bureau  of  Standards  with  current 
values  of  the  time  difference  between  A.l  (the  U.  S. 
Naval  Observatory  atomic  time)  and  UT  2,  "predic- 
tions" for  the  past  years  were  computed  on  the  basis 
of  a  second  difference  and  also  on  the  bases  of  (7)  and 
(8)  (T  =  3t)  using  the  A.l  -  UT  2  data.  In  actual  prac- 


On  the  basis  of  the  data  presented  in  Table  II,  it  ap- 
pears that  no  one  technique  is  obviously  more  reliable 
than  the  others.  Certainly  the  second-difference  method 
and  the  method  based  on  (7)  are  simpler  than  (8),  and 
may  be  preferred  for  this  reason. 

The  predictions  for  1968  are  -250  x  10"10  for  both  the 
second  difference  method  and  on  the  basis  of  (7).  Based 
on  (8)  one  would  predict  -  300  x  10"10  for  1968. 


Table  II 

Prediction  Results 


Second 

Difference 

Equation  7 

Equation  I 

3  (T  =  3r) 

Year 

number  of 

number  of 

number  of 

(Af/f)x10i° 

resets 

(Af/f)x10io 

resets 

(Af/f)x10i° 

resets 

1958 

-150 

-150 

1959 

-150 

-150 

1960 

-150 

-200 

1 

1961 

-150 

-150 

1962 

-100 

1 

-100 

1963 

-150 

-200 

-150 

1 

1964 

-250 

1 

-200 

-200 

1 

1965 

-250 

-350 

2 

-250 

1966 

-250 

1 

-300 

-300 

resets/ years 

3/8 

3/8 

2/4 

1967 

-250 

-300 

-300 

tice  the  frequency  offset  (relative  to  atomic  time  scales) 
is  announced  in  the  fall  of  the  year  preceding  the  year 
it  is  used. 

The  authors  chose  to  predict  the  year-end  value  of 
UT  2  -  UTC  for  the  Nth  year  from  early  September 
(Nth  year)  values  using  one  of  the  prediction  schemes. 
Based  on  this  year-end  value  and  the  desire  to  reduce 
this  error  to  zero  during  the  (N  +  l)th  year,  frequency 

offsets, -^p- ,  computed  from  each  of  the  simple  methods 

were  predicted.  The  results  of  such  calculations  for  each 
of  the  three  prediction  methods  are  presented  in  Table  II 
for  the  past  years  and  for  1967.  The  frequency  offsets  were 
held  to  integral  multiples  of  50  parts  in  1010,  and  if  the 
UT  2 -UTC  value  exceeded  0.1  second  a  "reset"  is  assumed 
to  have  occurred.  While  these  are  the  current  conditions 
which  UTC  satisfies,  it  should  be  remarked  that  these  con- 
ditions were  not  actually  used  during  the  eatlier  part  of 
the  period  covered.  Thus  this  table  should  not  be  com- 
pared naively  to  actual  past  performance  although  it  may 
be  considered  as  an  indication  of  what  these  prediction 
methods  .might  yield  in  the  future. 
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CONCLUSIONS 

An  analysis  of  recent  UT  2  data  has  shown  that 
Brouwer's  3/2  power  law  is  reasonable  for  periods 
shorter  than  one  year.  That  is,  even  for  short  periods 
of  time,  "the  observed  fluctuations  .  .  .  are  compatible 
with  the  hypothesis  that  the  rate  of  rotation  of  the 
earth  is  affected  by  cumulative  random  changes"  —  as 
Brouwer3  commented  in  regard  to  times  longer  than 
a  year.  Based  only  on  these  recent  UT  2  data,  however, 
a  better  fit  to  the  data  is  a  flicker  noise  (1/f)  law  af- 
fecting the  rate  of  rotation  of  the  earth  for  periods 
shorter  than  one  year. 

Three  methods  of  predicting  the  offset  frequencies 
for  Coordinated  Universal  time  (UTC)  have  been  con- 
sidered which  are  not  "far"  from  an  optimum  predic- 
tion scheme.  These  schemes  of  prediction  have  been 
applied  to  past  UT  2  data  to  test  their  reliability  (Table 
II).  Because  all  three  schemes  seem  roughly  equivalent, 
one  is  tempted  to  choose  the  simplest,  i.e.,  a  second-dif- 
ference method  of  prediction. 
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Any  two  independent  time  scales  will  exhibit  time  departure  due  to  two 
main  causes,  i.e.,  systematic  differences  in  the  frequency  standards  and  in- 
herent random  noise  processes.  For  time  synchronization,  theoretical  consider- 
ations indicate  that  a  third-order  feedback  system  will  automatically  remove 
the  systematic  difficulties  of  typical  frequency  standards  used  in  time  scale 
work.  The  whole  system  is  simulated  with  a  computer  to  determine  the 
systems  feasibility  and  operating  parameters.  In  this  treatment  we  assume 
that  time  comparisons  for  synchronization  would  be  intermittent  and  that 
the  frequency  standard  may  be  represented  by  a  systematic  linear  frequency 
drift  with  a  random  flicker  noise  spectrum  (l/|f|)  of  the  frequency  fluctua- 
tions. 

On  the  basis  of  the  computer  results  an  electromechanical  system  was 
designed  and  built.  When  the  input  to  the  system  is  the  frequency  from 
a  high  quality  quartz  crystal  oscillator,  the  output  frequency  has  no  measur- 
able frequency  drift.  If  synchronization  is  performed  every  12  hours,  the 
rms  time  error  predicted  by  the  system  for  the  time  of  the  next  synchroniza- 
tion is  70  nanoseconds,  which  is  near  theoretical  optimum. 

KEY  WORDS:  Time  scales;  Time  synchronization;  Computer  simulation; 
Flicker  noise;  Optimum  prediction;  Frequency  drift;  Third  order  feedback 
system. 
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DESCRIPTION  OF  THE  TIME  CONTROL  SYSTEM 

Consider  a  master  clock  to  which  synchronization  of 
an  independently  operating  secondary  clock  is  desired. 
By  independently  operating  is  meant  a  clock  which  is 
physically  remote  from  the  master  and  for  which  time 
comparisons  with  the  master  are  only  intermittently  avail- 
able. These  conditions  apply  to  an  important  class  of 
timing  problems,  the  case  for  instance,  where  a  master 
clock  exists  at  the  U.  S.  Naval  Observatory  or  the  National 
Bureau  of  Standards  and  where  numerous  secondary  clocks 
throughout  the  country  or  world  require  synchronization 
with  the  master.  Usually  comparisons  may  be  made  only 
intermittently  either  daily  by  radio  or  less  often  by  the 
use  of  portable  clocks.  The  master  clock  consists  of  an 
ultrastable  frequency  source,  such  as  a  cesium  beam 
standard,  driving  a  set  of  frequency  dividers  to  produce 
a  time  scale.  The  secondary  clock  is  similar  but  may 
contain  a  less  stable  oscillator,  typically  a  high  quality 
quartz  crystal  oscillator.  Generally,  crystal  oscillators 
exhibit  two  types  of  frequency  instabilities:  (1)  a  system- 
atic linear  change  in   frequency  with  time,  known  as 
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drift,  and  (2)  a  random  fluctuation  exhibiting  a  power 
spectrum  proportional  to  l/|f|  (flicker  noise),  where  f  is 
the  fluctuation  frequency.  These  instabilities  occur  simul- 
taneously. 

Both  types  of  instability  will  cause  the  time  scale  kept 
by  the  secondary  clock  to  depart  from  that  of  the  master 
clock.1  The  systematic  instability  may  in  principle  be 
predicted  and  is  thus  removable  while  the  random  fluc- 
tuations are  not.  It  is  these  random  fluctuations  which 
prevent  independently  running  clocks  from  remaining 
synchronized  without  intercomparison  and  indeed  also  pre- 
vent the  precise  determination,  and  thus  removal,  of  the 
systematic  instability.  The  present  discussion  describes 
the  use  of  computer  simulation  techniques  to  determine 
the  design  parameters  and  the  behavior  of  a  multiloop 
servo  system  which  is  to  correct  for  the  systematic  in- 
stability of  a  secondary  clock  also  having  random  frequency 
fluctuations.  Some  of  the  work  presented  here  has  al- 
ready been  reported  at  the  1966  Frequency  Control  Sym- 
posium.2 
1  1 
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Fig.  1  —  Block  diagram  of  second  order  time  control  system. 
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The  conventional  idealized  single  loop  servo  diagram 
is  illustrated  in  Fig.  1  (solid  lines).  The  reference  phase 
<d0t  is  assumed  to  result  from  a  constant  angular  fre- 
quency, <o0,  from  the  master  oscillator.  The  local  oscil- 
lator phase  from  the  secondary  oscillator  is  equal  to  <d0t 
plus  a  small  difference  </>(t)  which  includes  both  system- 
atic and  random  fluctuations  about  o>0t.  The  function  of 
the  servo  loop  is  to  maintain  the  modified  phase  output 
from  the  local  oscillator,  <£0ut,  in  agreement  with  the 
reference  phase.  This  is  done  by  integrating  the  differ- 
ence between  these  two  phases  with  respect  to  time  to 
produce  a  change  of  phase  in  a  direction  that  will  reduce 
the  phase  error.  By  virtue  of  the  fact  that  this  is  a 
negative  feedback  system,  a  step  function  in  <£(t)  will 
produce  a  servo  correction  which  decreases  as  exp(  —  t/ri), 
where  tx  is  the  loop  time  constant.  If  instead  of  a  step 
function  phase  error,  a  frequency  difference,  A«,  exists 
between  reference  and  local  oscillator,  the  uncorrected 
phase  errors  will  increase  linearly  with  time.  The  action 
of  the  single  feedback  loop  will  then  be  to  supply  a 
continuous  phase  correction  while  operating,  of  necessity, 
with  a  steady  state  phase  error  of  magnitude  A^n-  It 
now  a  second  feedback  loop  is  added  as  shown  by  the 
dotted  line  in  Fig.  1,  the  phase  error  will  be  corrected  as 
before  with  time  constant  ti.    At  the  same  time  the  sec- 


Fig.  2  —  Third  order  time  control  system  error  with  linear 
frequency  drift  and  no  flicker  noise. 

Fig.  3  —  Transient  response  of  third  order  time  control  sys- 
tem with  both  linear  frequency  drift  and  flicker  noise. 

Fig.  4  —  Open  loop  behavior  of  a  third  order  time  control  sys- 
tem with  flicker  noise  and  after  linear  frequency  drift 
removal. 
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ond  loop  integrator  also  contributes  an  error  correction, 
reducing,  with  time  constant  t2,  the  correction  necessary 
by  the  first  loop  until,  at  steady  state,  all  the  correction 
is  supplied  by  the  second  loop,  and  no  residual  error  is 
required  as  input  to  the  first  integrator.  Since  such 
a  system  now  has  the  possibility  of  being  unstable,  the  time 
constants  tx  and  t2  must  be  adjusted3  to  provide  stability 
and  desired  transient  response.  After  equilibrium  has 
been  reached,  since  no  steady  state  phase  error  is  required 
to  actuate  the  servo  loops,  the  reference  may  be  removed 
and  the  output  phase  will  continue  to  follow  the  reference 
phase  even  though  a  frequency  difference  exists  between 
reference  and  local  oscillator. 

Carrying  this  procedure  one  step  further,  a  third  loop 
may  be  added,  extending  the  performance  capability  to 
that  of  compensating  for  a  linear  frequency  drift,  that 
is,  for  oscillator  aging.  Then,  as  before,  after  equilibrium 
has  been  reached,  the  system  will  adjust  itself  so  that  the 
necessary  oscillator  drift  correction  is  shared  by  the  sec- 
ond and  third  loops  with  none  required  of  the  first  loop. 
Consequently  the  output  frequency  will  again  remain  con- 
stant after  the  reference  frequency  has  been  removed. 
After  equilibrium  has  been  reached  no  further  compari- 
son to  the  constant  reference  frequency  would  be  necessary 
if  it  were  not  for  previously  mentioned  random  fluctua- 
tions which  perturb  the  oscillator  frequency. 

If  a  third  order  feedback  system  is  analyzed  using  Ny- 
quist's  stability  criteria,  the  following  time  constant  re- 
lationship is  obtained: 

r-i  >  rx. 

This  relationship  is  derived  for  a  system  where  the  refer- 
ence is  continuously  available.  Because  the  reference  is 
typically  available  only  intermittently,  and  because  of 
the  random  fluctuations  of  the  frequency  of  the  clock 
to  be  synchronized,  it  is  convenient  to  analyze  the  system 
via  computer  simulation  techniques. 

COMPUTER  SIMULATION  OF  THE 
TIME  CONTROL  SYSTEM 

A  computer  program  was  written  to  simulate  the  error 
response  of  a  third  order  feedback  time  control  system. 
The  pertinent  time  constants  and  system  parameters  were 
left  as  variables  so  that  optimization  as  well  as  stability 
might  be  achieved.  The  third  time  constant  t3  is  ex- 
pected to  be  longer  than  the  reset  interval  (about  one  day) 
for  many  of  the  system's  applications.'  The  time  required 
to  reduce  the  system's  transient  response  to  a  negligible 
value  must  be  longer  than  t3,  therefore,  testing  the  sys- 
tem in  real  time  for  optimum  operating  conditions  would 
be  very  impractical.  If  flicker  noise  is  now  introduced 
into  the  system,  a  determination  of  the  characteristic  re- 
sponse will  be  an  overwhelming  problem  if  the  analysis 
need  be  done  in  real  time.  In  real  time  several  days  would 
be  required  to  evaluate  one  set  of  time  constants  even 
without  random  fluctuations.  Several  sets  of  time  con- 
stants must  be  evaluated.  With  the  addition  of  the 
random  fluctuations  several  sets  of  such  evaluations  would 
be  necessary  for  each  set  of  time  constants.    Because  of 
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these  problems,  computer  simulation  becomes  extremely 
expeditious,  since  it  allows  a  time  compression  of  at 
least  10';.  The  systems  feasibility,  limiting  characteristics, 
and  optimum  operating  parameters  may  also  be  determined 
prior  to  construction,  which  in  this  case  saved  considerable 
time  and  money. 

Fig.  2  is  a  computer  plot  of  the  output  time  error  signal 
with  the  input  being  a  simulated  frequency  drift  (quad- 
ratic time  departure  as  shown).  The  time  is  reset  once 
each  day  and  allowed  to  free-run  between  synchronizations. 
One  can  observe  the  transient  response  as  the  drift  rate 
is  automatically  subtracted  out;  and  then  after  several  time 
constants  the  reference  signal  is  no  longer  provided  fot 
synchronization  (open  loop),  but  the  time  error  remains 
essentially  zero. 

Computer  simulation  of  flicker  noise  is  a  recent  and 
significant  development.4  This  development  along  with 
the  insertion  of  a  linear  frequency  drift  provides  an  excel- 
lent computer  simulated  model  of  a  large  and  important 
class  of  frequency  standards. 

Simulated  flicker  noise  was  next  generated  in  the  com- 
puter and  added  to  the  frequency  drift.  Various  levels  of 
flicker  noise  and  of  frequency  drift  were  tried  and  the 
system's  simulated  response  was  analyzed.  Variation  of 
the  system's  time  constants  showed  pronounced  effects 
on  the  transient  response,  and  time  constants  could  be 
chosen  that  would  make  the  system  either  stable  or  un- 
stable. 

Realistic  levels  of  flicker  noise  had  little  effect  on  the 
simulated  system's  response  except  to  increase  the  in- 
stability if  the  system  were  unstable  ?nd  to  slightly  in- 
crease the  length  of  the  transient  response.  Fig.  3  shows 
the  transient  response  and  the  error  signal  for  a  fractional 
frequency  drift  of  5  parts  in  1011  per  day  and  a  flicker 
noise  level  of  2  x  10  12.  The  level  of  flicker  noise  is 
measured  by  computing  the  square  root  of  the  variance 
of  the  frequency  fluctuations  for  an  ensemble  of  paired, 
adjacent  samples.5 

Fig.  4  shows  the  effect  of  providing  no  correction  signal 
(open  loop)  after  the  system  has  adjusted  for  the  fre- 
quency drift  of  a  signal  having  both  linear  frequency 
drift  and  flicker  noise.  The  accumulated  error  is  about 
9  microseconds  after  1  month  in  the  open  loop  condition. 

The  following  time  constant  information  resulted  from 
the  computer  simulation.  If  tj  is  very  short  (about  1  sec- 
ond), then  t2  need  be  longer  than  the  time  between  syn- 
chronizations for  the  system  to  be  stable.  For  critical 
damping  during  the  transient  response,  t3  need  be  at 
least  3  times  longer  than  t2.  Longer  times  for  t3  gave 
no  noticeable  degradation  in  the  level  of  the  residual 
error  signal,  but  gave  a  proportional  increase  in  the  length 
of  the  transient  response. 

REALIZATION  OF  THE  TIME  CONTROL  SYSTEM 

On  the  basis  of  the  computer  results  an  electromech- 
anical third  order  drift  control  system  was  constructed  on 
a  fairly  compact  layout  occupying  7  vertical  inches  in  a 
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19  inch  relay  rack.  The  main  components  include:  two 
ball  and  disc  integrators,  three  gear  differentials,  two  60-Hz 
synchronous  motors,  one  dc  servo  motor  and  amplifier, 
one  resolver,  and  one  phase  detector.  Other  components 
include:  isolation  filters  and  amplifiers,  gear  trains,  mech- 
anical counters,  and  a  dc  power  supply. 

The  parameters  such  as  loop  time  constants,  frequency 
and  drift  ranges,  allowable  gear  backlash,  etc.,  were  de- 
termined from  the  characteristics  of  the  crystal  oscillator 
to  be  controlled,  the  desired  precision  of  the  output  phase, 
the  specifications  of  available  electromechanical  devices, 
and  the  constraints  determined  by  the  computer  analysis. 

A  100  kHz  signal  derived  from  a  high  quality  2.5  MHz 
crystal  oscillator  was  the  signal  to  be  controlled.  This 
particular  oscillator  had  a  drift  rate  of  —  1  x  10  11  per  day 
and  exhibited  a  flicker  noise  level  of  0.86  x  10  12.  The 
nonlinearities  of  the  system  contributed  no  more  than 
±25  nanoseconds  time  error.  The  system's  time  can  be 
synchronized  to  the  reference  to  within  10  nanoseconds. 

Since  it  is  necessary  to  operate  the  control  system 
continuously  for  a  period  of  at  least  a  few  months,  opti- 
mum loop  time  constants  as  determined  by  computer  were 
modified  somewhat  by  the  limited  range  of  the  mechanical 
integrators  and  discrete  values  of  stock  items  such  as  motor 
speeds  and  gear  combinations. 

The  loop  time  constants  used  in  this  device  are: 

Loop  1  (phase  loop),        ti     2  sec; 
Loop  2  (frequency  loop),  t2  =  1.56  days; 
Loop  3  (drift  loop),         t3  =  8.68  days. 


The  frequency  range  of  the  system  is  limited  by  the 
integrators  to  18.75  x  10"10.  This  allows  for  about  six 
months  of  operation  with  this  oscillator  before  both  the 
integrator  in  the  drift  loop  and  the  oscillator  must  be 
reset. 

Synchronization  between  the  input  signal  and  the  100 
kHz  reference,  which  is  derived  from  the  master  clock 
cesium  beam  standard  oscillator,  occurs  automatically  every 
twelve  hours.  A  record  of  the  time  difference  between 
the  output  of  the  automatic  time  control  system  and  the 
cesium  beam  standard  is  taken  on  a  strip-chart  recorder. 

The  accumulated  time  error  of  the  system  was  analyzed 
12  hours  after  each  synchronization  (just  prior  to  the 
next  synchronization).  The  rms  time  error  was  70  nano- 
seconds. If  the  systematic  frequency  drift  is  assumed  to 
be  effectively  removed  by  the  automatic  time  control  sys- 
tem, the  accumulated  time  errors  will  be  due  to  the 
flicker  noise  fluctuations.  An  equation  may  be  written 
which  gives  the  optimum  predicted  rms  error  obtainable 
when  flicker  noise  fluctuations  predominate: 5,6 

8t,ms  =  r(ln2)-J  [a(2,r)], 

where  [a(2,-r)]  is  the  previously  defined  flicker  noise 
level.  The  calculated  optimum  predicted  rms  error  for 
a  flicker  noise  level  of  0.86  x  lO^2  and  a  prediction  time, 
t,  of  12  hours  is  45  nanoseconds.  This  is  to  be  com- 
pared with  the  experimental  result  of  70  nanoseconds. 
The  computer  simulation  of  the  system  on  the  same  basis 
gave  an  rms  error  of  65  nanoseconds  in  good  agreement 
with  the  physically  realized  system. 
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ATOMIC  SECOND 

ADOPTED  AS 

INTERNATIONAL 
UNIT  OF  TIME 

13th  General  Conference  on  Weights  and  Measures 
Also  Agrees  on  Changes  in  Terminology 


H  A  new  definition  of  the  interna- 
tional unit  of  time,  the  second,  was 
adopted  Friday,  October  13,  1967,  in 
Paris  by  the  13th  General  Conference 
on  Weights  and  Measures.1  The  sec- 
ond has  now  been  defined  in  terms 
of  a  characteristic  rate  of  electromag- 
netic oscillation  of  the  cesium-133 
atom.  The  Conference  also  made 
terminological  decisions  in  regard  to 
the  "micron,"  the  "degree  Kelvin," 
and  the  "candela";  and  it  added  sev- 
eral to  its  list  of  derived  units  in  the 
International  System. 

The  General  Conference  on  Weights 
and  Measures,  convened  every  few 
years,  is  a  meeting  of  delegates  from 
the  countries  (now  numbering  40) 
adhering  to  the  Treaty  of  the  Meter. 
It  is  the  principal  body  concerned 
with  working  out  international  agree- 
ments on  physical  standards  and 
measurements.  The  U.S.  delegation  to 
the  13th  General  Conference  was  led 
by  A.  V.  Astin,  Director  of  the 
National  Bureau  of  Standards. 

Speaking  for  the  governments  rep- 
resented, which  include  those  of  all 
the  leading  scientific  and  industrial 
countries,  the  Conference  agreed  over- 
whelmingly that  the  moment  had  come 
to  replace  the  existing  definition, 
based  on  the  earth's  orbital  motion 
around  the  sun,  by  an  "atomic  defini- 
tion. 

The  Conference  decided  that: 
The  unit  of  time  of  the  Inter- 
national System  of  Units  is 
the  second,  defined  in  the 
following  terms: 
"The  second  is  the  duration 
of  9,192,631,770  periods  of 
the  radiation  corresponding 
to   the   transition  between 
the  two  hyperfine  levels  of 
the  fundamental  state  of  the 
atom  of  cesium-133." 
and  abrogated  the  resolutions  giving 
the  earlier  definition. 

The  frequency  (9,192,631,770  Hz) 
which  the  definition  assigns  to  the 
cesium  radiation  was  carefully  chosen 
to  make  it  impossible,  by  any  existing 
experimental  evidence,  to  distinguish 
the  new  second  from  the  "ephemeris 
second"  based  on  the  earth's  motion. 
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Therefore  no  changes  need  to  be  made 
in  data  stated  in  terms  of  the  old 
standard  in  order  to  convert  them  to 
the  new  one. 

On  the  other  hand,  the  atomic  defi- 
nition has  two  important  advantages 
over  the  preceding  definition:  (1)  it 
can  be  realized  (i.e.,  generated  by  a 
suitable  clock)  with  sufficient  preci- 
sion, ±1  part  in  a  hundred  billion 
(1011)  or  better,  to  meet  the  most  ex- 
acting demands  of  current  metrology; 
and  (2)  it  is  available  to  anyone  who 
has  access  to  or  who  can  build  an 
atomic  clock  controlled  by  the  speci- 
fied cesium  radiation,2  and  one  can 
compare  other  high-precision  clocks 
directly  with  such  a  standard  in  a  rela- 
tively short  time — an  hour  or  so  as 
against  years  with  the  astronomical 
standard. 

The  development  in  the  last  few 
decades  of  atomic  clocks,  without 
which  the  new  definition  could  not 
have  been  considered  seriously,  has 
laid  the  preliminary  groundwork  for 
an  eventual  experimental  assault  on  a 
fundamental  question:  Are  the  time 
scales  based  respectively  on  gravita- 
tional, electrical,  and  nuclear  forces 
compatible  and  consonant  with  each 
other?  And  if  (as  some  think)  they 
are  not,  then  why  not? 

Laboratory-type  atomic  clocks  are 
complex  and  expensive,  so  that  most 
clocks  and  frequency  generators  will 
continue  to  be  calibrated  against  a 
standard  such  as  the  NBS  Frequency 
Standard,   controlled   by   a  cesium 


atomic  beam,  at  the  Radio  Standards 
Laboratory  in  Boulder,  Colo.  In  most 
cases  the  comparison  will  be  by  way 
of  the  standard-frequency  and  time- 
interval  signals  broadcast  by  NBS 
radio  stations  WWV,  WWVH, 
WWVB,  and  WWVL.3  Similar  serv- 
ices are  supplied  by  several  radio  sta- 
tions of  the  U.S.  Navy.  NBS  broad- 
casts have  been  monitored  by  an 
atomic  frequency  standard  since  1957. 
The  Radio  Standards  Laboratory  has 
also  developed  a  rubidium-vapor  (in- 
stead of  cesium),  portable  (39  lb), 
battery-operated  frequency  standard 
with  a  short-term  stability  of  ±1  part 
in  1010,  which  has  proved  useful  for 
time  comparisons  at  isolated  facil- 
ities.4 Similar  atomic  standards, 
weighing  only  about  20  lb,  but  at  some 
cost  in  accuracy,  have  been  developed 
for  use  in  aircraft  where  they  serve 
as  components  in  precision  naviga- 
tion systems. 

Cesium  atomic  clocks  had  already 
become  so  good  by  1964  that  the 
International  Committee  on  Weights 
and  Measures,  acting  under  authority 
of  the  12th  General  Conference  held 
in  that  year,  designated  the  present 
atomic  definition  for  temporary  use 
for  measurements  requiring  maxi- 
mum precision.5  Continued  improve- 
ments of  the  cesium  clock  are  antici- 
pated; and,  in  the  not  too  distant 
future,  clocks  based  on  other  than 
cesium  radiations  are  expected  to 
open  the  way  to  substantial  further 
increases  in  precision.  The  present 
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(13th)  Conference  adopted  a  resolu- 
tion urging  that  research  and  develop- 
ment programs  along  these  lines  be 
pursued  with  all  possible  vigor. 

The  Path  to  the  New  Second  0 

The  founders  of  the  metric  system 
(in  its  present-day  version  known  as 
the  International  System)  did  not  de- 
fine a  unit  of  time.  But,  by  convention 
among  scientists,  time  had  long  been 
measured  in  terms  of  the  rotation  of 
the  earth,  the  scientific  unit  of  time — 
the  second — having  once  been  defined 
as  1/86,400  of  a  mean  solar  day.  But 
the  rotation  of  the  earth  has  proved 
too  erratic  to  meet  modern  scientific 
needs  for  keeping  time — it  is  subject 
to  periodic  fluctuations  within  a  year 
and  to  unpredictable  fluctuations 
from  year  to  year — and,  therefore, 
the  mean  solar  second  is  continually 
changing.  The  inconsistencies  created 
by  this  are  small — of  the  order  of  a 
part  in  108 — yet  enough  so  that  the 
time  scale  kept  by  the  rotation  of 
the  earth  on  its  axis  now  lags  behind 
that  kept  by  the  revolution  of  the 
earth  about  the  sun  by  about  30  sec- 
onds, reckoning  from  the  year  1900. 

A  partial  remedy  was  achieved  in 
1956  when  the  International  Commit- 
tee on  Weights  and  Measures  rede- 
fined the  second  for  scientific  use  as 
1/31,556,925.9747  of  the  tropical 
year  at  1200  hours,  ephemeris  time,  0 
January  1900.  This  imposing  number 
was  obtained  from  Simon  Newcomb's 
equation  for  the  apparent  motion  of 


the  sun  across  the  celestial  sphere. 
This  so-called  ephemeris  second  is 
made  available  in  practice  with  the 
aid  of  atomic  clocks,  but  only  retro- 
spectively, as  an  average  value  over 
several  years,  by  means  of  continual 
observations  of  the  position  of  the 
moon.  It  can  be  determined  experi- 
mentally with  an  uncertainty  of  a  few 
parts  in  10°,  a  large  uncertainty  com- 
pared with  the  exactness  implied  by 
the  multidigitality  of  the  definition. 

This  1956  definition  of  the  sec- 
ond— though  a  great  improvement  for 
astronomers — still  had  one  serious 
fault.  No  one  else  could  measure  an 
unknown  interval  of  time  with  it  by 
direct  comparison.  But  even  as  this 
redefinition  of  the  second  was  being 
formulated,  a  spectacular  revolution 
in  the  measurement  of  time  was  taking 
place  in  the  laboratory,  where  experi- 
mental techniques  in  molecular  and 
atomic  physics  had  been  advancing 
rapidly. 

Physicists  had  been  able  to  excite 
some  of  the  lower  energy  states  of 
atoms  and  molecules,  the  associated 
frequencies  of  which,  in  accordance 
with  Planck's  equation  E  =  hv,  fall 
within  the  microwave  part  of  the 
spectrum.  These  frequencies  could  be 
measured  by  comparison  with  lab- 
oratory oscillators  and  expressed  in 
terms  of  the  germane  time-inverse 
unit  of  frequency,  the  cycle-per-sec- 
ond  (now  called  the  hertz,  abbre- 
viated Hz).  Even  in  the  early  experi- 
ments, frequencies  could  be  compared 
Continued 
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The  cesium  atomic  clock  at  the  NBS  Radio 
Standards  Laboratory  generates  the 
second — the  SI  unit  oj  time.  A 
quartz-oscillator-controlled  microwave  signal 
is  held  at  9,192,631,770  Hz  by  continuous 
comparison  with  the  cesium-133  resonance  at 
that  frequency.  A  beam  of  cesium-133  atoms 
passes  left  to  right  through  the  long  metal 
cylinder  (center)  and  interacts  with 
microwaves  brought  in  by  waveguide 
components  (above  cylinder). 


The  SI  unit  of  luminous  intensity  is  the 
candela.  The  light-colored  porcelain  cylinder 
with  black  cable  coiled  around  it  has  a 
relatively  narrow  and  deep  vertical  cavity 
containing  platinum.  Rf  current  in  the  coil 
keeps  the  cavity  at  the  freezing  temperature 
of  platinum  (2042  K) .  The  opening  at  top  of 
the  cavity  then  radiates  60  candelas  per 
square  centimeter  in  the  direction 
perpendicular  to  the  plane  of  the  opening. 


ATOMIC  SECOND  continued 

repeatedly  with  an  agreement  to  with- 
in parts  in  10s  or  109.  Subsequently, 
atomic  beams,  masers,  and  absorp- 
tion cells  were  developed  which  also 
proved  to  be  very  stable  standards  for 
frequency  and  time;  not  only  could 
they  be  compared  with  each  other 
with  a  precision  of  1  part  in  1010,  or 
better,  during  an  observing  time  of 
an  hour  or  so,  but  cesium-beam 
.resonators,  independently  constructed 
in  different  laboratories,  agreed  in 
frequency  to  a  few  parts  in  1011 
(equivalent  to  a  second  of  cumulative 
error  in  3000  years) .  It  was  apparent 
that  if  the  second  were  defined  as  the 
interval  of  time  corresponding  to  x 
cycles  of  a  suitably  selected  atomic 
resonance  frequency,  the  second  could 
be  realized  more  easily  and  more 
exactly  than  by  the  ephemeris  second. 

Other  Actions  Taken  by 
Conference 

The  13th  General  Conference  also 
made  the  several  other  decisions  sum- 
marized below. 

Length.  The  name  "micron,"  for  a 
unit  of  length  equal  to  10"c  meter,  and 


L.  A.  Guildner  adjusts  valves  on  the  NBS 
gas  thermometer  which  measures 
temperature  in  kelvins  as  a  function  of 
pressure  changes  of  a  constant  volume  of  a 
nearly  perfect  gas. 


the  symbol  "p"  which  has  been  used 
for  it,  are  dropped.  The  symbol  "/u."  is 
to  be  used  solely  as  an  abbreviation 
for  the  prefix  "micro-,"  standing  for 
multiplication  by  10"*.  Thus  the 
length  previously  designated  as  1 
micron  should  be  designated  1  /xm. 

Temperature.  The  Conference  rec- 
ognized the  urgency  of  revising  the 
International  Practical  Scale  of  Tem- 
perature of  1948.  Noting  that  the  lab- 
oratories competent  in  the  area  are 
agreed  on  the  main  lines  of  the 
changes  required,  it  authorized  the 
International  Committee  on  Weights 
and  Measures  to  take  the  steps  neces- 
sary to  put  a  new  International  Prac- 
tical Scale  of  Temperature  into  effect 
as  soon  as  possible. 

The  name  of  the  unit  of  thermo- 
dynamic temperature  was  changed 
from  degree  Kelvin  (symbol:  °K)  to 
kelvin  (symbol:  K) .  The  definition  of 
the  unit  of  thermodynamic  tempera- 
ture now  reads: 

The  kelvin,  the  unit  of 
thermodynamic  tempera- 
ture, is  the  fraction  1/273.16 
of  the  thermodynamic  tem- 
perature of  the  triple  point 
of  water. 

It  was  also  decided  that  the  same 
name  (kelvin)  and  symbol  (K)  be 
used  for  expressing  temperature  in- 
tervals, dropping  the  former  conven- 
tion which  expressed  a  temperature 
interval  in  degrees  Kelvin  or,  abbre- 
viated, deg  K.  However,  the  old  desig- 
nations are  acceptable  temporarily  as 
alternatives  to  the  new  ones.  One  may 
also  express  temperature  intervals  in 
degrees  Celsius. 

Photometry.  Recognizing  that 
photometry  must  take  into  account  the 
principles  and  techniques  of  color- 
imetry  and  radiometry,  the  Confer- 
ence approved  plans  drawn  up  by  the 
International  Committee  on  Weights 
and  Measures  to  expand  the  scope  of 
its  activities  to  include  the  funda- 
mental metrological  aspects  of  color- 
imetry  and  radiometry. 

The  definition  of  the  unit  of 
luminous  intensity,  the  candela,  was 
rephrased  to  meet  the  objections  of 
critics  who  found  a  certain  awkward- 


ness in  its  wording.  The  meaning  of 
the  definition,  which  was  never  in 
doubt,   remains  the  same.  The  re- 
formulated definition  follows: 
The  candela  is  the  luminous 
intensity,  in  the  direction  of 
the  normal,  of  a  blackbody 
surface    1/600,000  square 
meter  in  area,  at  the  tem- 
perature of  solidification  of 
platinum  under  a  pressure  of 
101,325  newtons  per  square 
meter. 

Derived  units.  To  the  derived  units 
and  associated  symbols  that  the  11th 
Genera)  Conference  (1960)  had  in- 
cluded in  its  Resolution  12,  which  in- 
troduced the  International  System  of 
Units  (official  abbreviation:  SI,  from 
the  French  designation,  Systeme  In- 
ternational d'Unites),  the  13th  Gen- 
eral Conference  added  the  following: 


Wave  num- 

1 per  meter 

m-' 

ber 

Entropy 

joule  per 
kelvin 

J/K 

Specific  heat 

joule  per 
kilogram 
kelvin 

J/kg  K 

Thermal  con- 

watt per 

W/m  K 

ductivity 

meter  kel- 
vin 

Radiant  in- 

watt per 

W/sr 

tensity 

steradian 

Activity  (of  a 

]  per  second 

s-' 

radioactive 

source) 

A  proposal  to  have  the  mole  defined 
by  the  13th  General  Conference  was 
deferred. 


1  The  Proceedings  of  the  Conference  will  be 
published  by  Gauthier-Villars  &  Cie.,  Paris.  A 
summary  will  appear  in  the  journal,  Metrologia. 

:  A  description  of  such  clocks  is  given  in 
Atomic  frequency  standards,  NBS  Tech.  News 
Bull.  45,  8-11  (Jan.  1961).  For  more  recent 
developments  and  technical  details,  see  Cesium 
beam  atomic  time  and  frequency  standards,  bv 
R.  E.  Beehler,  R.  C.  Mockler,  and  J.  M.  Richard- 
son, Metrologia  1,  114-131  (July  1965). 

3  The  services  provided  by  these  stations  are 
described  in  NBS  Misc.  Publ.  236,  1967  edition, 
NBS  Standard  Frequency  and  Time  Services,  for 
sale  at  15  cents  per  copy  by  the  Superintendent 
of  Documents,  U.S.  Government  Printing  Office, 
Washington,  D.C.  20402. 

1  Portable  atomic  frequency  standard,  NBS 
Tech.  News  Bull.  49,  4-5  (Jan.  1965)- 

r'  The  Twelfth  General  Conference  on  Weights 
and  Measures,  by  H.  Moreau,  Metrologia  1,  27- 
29  (Jan.  1965). 

0  This  section  is  an  excerpt,  with  minor  changes, 
from  Measurement  standards,  by  A.  G.  McNish, 
International  Science  and  Technology,  No.  47, 
58-66  (Nov.  1965). 
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The  Nation's  two  "time  keepers" — the  National  Bureau,  of 
Standards.  Boulder,  Colo,  (top)  and  the  U.S.  Naval  Observatory, 
Washington,  D.C. — recently  synchronized  their  clocks 
to  provide  the  country  with  a  unified  time  system 
of  unsurpassed  accuracy. 


NATION  GETS 

Unified  Time  System 

NBS  and  Naval  Observatory  Synchronize  Time 
to  About  1  Microsecond 


A  Unified  Time  System  of  unsurpassed  accuracy  for  the 
entire  country  was  achieved  recently  when  the  Nation's 
two  "time  keepers" — the  National  Bureau  of  Standards 
and  the  U.S.  Naval  Observatory  (USNO) — synchronized 
their  clocks.  On  October  1,  1968,  these  agencies  cooper- 
ated to  effect  a  much  more  precisely  coordinated  time 
system  than  has  ever  before  existed.  The  action  taken  by 
these  agencies  was  the  synchronization  of  their  Coordi- 
nated Universal  Time  (UTC)  clocks  to  within  about  1 
microsecond  of  each  other.  Synchronization  was  achieved 
when  the  NBS  Time  and  Frequency  Division  (Boulder, 
Colo.)  increased  the  rate  of  its  UTC  (NBS)  clock  by  4 
parts  in  1013,  while  the  Naval  Observatory  (Washington, 
D.C.)  decreased  the  rate  of  its  UTC  (USNO)  clock  by  4 
parts  in  1013. 

The  Bureau  and  the  USNO  have  been  cooperating  under 
regulations  of  the  International  Radio  Consultative  Com- 
mittee (CCIR),  which  for  the  past  several  years  has  re- 
quired synchronization  of  standard  time  broadcasts  to  one 
thousandth  of  a  second.  This  has  been  adequate  for  most 
users,  but  as  technology  has  advanced,  many  precise  timing 
needs  have  developed  that  cannot  be  met  by  this  tolerance. 
More  than  a  year  ago,  the  desirability  of  synchronizing 
the  USNO  and  NBS  frequency  and  time  standards  to  much 
finer  tolerances  than  1  millisecond  was  recognized. 

In  anticipation  of  a  coordinated  coordinate  rate  for 
USNO  and  NBS,  on  August  24,  1967,  the  Coordinated 
Universal  Time  clock  of  the  Bureau,  UTC  (NBS),  and  all 
UTC  transmissions  of  NBS  were  advanced  by  200  micro- 
seconds. This  left  NBS  about  35  microseconds  early  rela- 
tive to  USNO. 

As  the  rate  of  the  USNO  clock  has  been  high  relative  to 
the  NBS  clock  by  about  1  part  in  1012,  the  two  clocks 
drifted  toward  each  other.  Their  time  lines  converged  on 
about  October  1.  1968,  and  the  time  difference  between 
the  USNO  clock,  UTC  (USNO),  and  the  NBS  clock,  UTC 
(NBS),  became  zero.  At  that  time  USNO  reduced  the  rate 
of  its  clock  by  4  parts  in  1013,  and  NBS  increased  the  rate 
of  its  clocks  controlling  NBS  standard  transmissions  by  4 
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parts  in  1013.  (A  clock  running  fast  by  4  parts  in  1013 
accumulates  about  35  billionths  of  a  second  error  per  day. 
This  rate  of  error  would  require  about  80  000  years  to 
accumulate  one  second  in  error.)  The  present  specified 
absolute  accuracy  of  the  rate  of  the  NBS  clock  is  ±5 
parts  in  1012. 

Measurements  made  after  October  1  with  portable 
clocks  indicate  that  the  time  difference  between  the  USNO 
and  the  NBS  coordinated  clocks  is  within  one  microsec- 
ond. By  mutual  agreements  between  USNO  and  NBS,  small 
frequency  adjustments  ( <10"12)  will  be  made  infrequently 
to  assure  that  this  time  difference  remains  less  than  about 
three  microseconds. 

Among  scientists  requiring  more  precise  time  measure- 
ments are  geodesists,  who,  in  attempting  to  measure  the 
Earth  very  accurately,  must  sight  on  an  artificial  satellite 
from  distant  locations  at  very  nearly  the  same  instant  of 
time.  The  sightings  must  be  made  within  about  100  micro- 
seconds of  each  other,  but  the  geodesists  would  prefer  that 
the  time  error  be  within  10  microseconds.  There  are  also 
military  and  NASA  requirements  that  require  synchroniza- 
tion accuracies  in  the  microsecond  range.  It  should  be  em- 
phasized that  this  is  synchronization  accuracy  and  not 
absolute  time-of-day  accuracy. 

Meanwhile,  there  is  a  general  trend  in  technology  to- 
ward tighter  tolerances  on  synchronization.  For  example, 
the  planned  Aircraft  Collision  Avoidance  System  (AC AS) 
specifies  worldwide  synchronization  accuracy  of  0.5  micro- 
second, which  is  possibly  beyond  the  current  state-of-the- 
art. 

To  meet  such  needs,  the  National  Bureau  of  Standards 
and  U.S.  Naval  Observatory  are  engaged  in  a  joint  effort 
to  provide  a  unified  time  service  to  all  the  United  States. 
The  new  system  is  near  the  limit  of  the  present  state-of-the- 
art  in  its  ability  to  provide  accurate  time  and  time  syn- 
chronization to  remote  locations.  This  synchronization 
system  is  expected  to  provide  a  working  model  of  a  co- 
ordinate time  system  suitable  for  extension  to  worldwide 
coverage  at  some  later  date. 
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A  COORDINATE  FREQUENCY  AND  TIME  SYSTEM 


G.  E.  Hudson,  D.  W.  Allan,  J.  A.  Barnes 
National  Bureau  of  Standards,  Boulder,  Colo. 


and 

R.  Glenn  Hall,  J.  D.  Lavanceau,  G.  M.  R.  Winkler 
U.  S.  Naval  Observatory,  Washington,  D.  C. 

SUMMARY 

A  coordinate  frequency  and  time  system, 
suitable  for  extension  to  worldwide  coverage,  is 
described  in  relation  to  the  form  evolving  in  the 
United  States.    It  consists  of  a  network  of  com- 
ponent primary  and  associated  stations,  at  fixed 
locations  and  altitudes,  and  a  reference  coord- 
inating component  at  a  reference  location  and 
altitude. 

Each  primary  station  is  a  source  of 
coordinate  frequency  and  time  signal  emissions 
steered  directly  in  rate  and  epoch  by  a  steering 
element;  for  coordination  purposes  this  element 
is  offset  slightly  in  rate  from  an  associated  in- 
dependently running  "proper11  local  atomic 
standard.    The  local  independent  atomic  standards 
are  each  evaluated  for  internal  accuracy  of  reali- 
zation of  the  standard  Cesium  frequency  value 
assigned  in  the  International  System  (SI)  of  Units, 
and  for  reliability  and  stability  of  operation. 

A  unified  local  atomic  standard  for  the 
system  serves  as  the  coordinating  component. 
It  is  defined  in  terms  of  a  weighted  average  of 
the  independent  local  atomic  standard  frequencies 
whose  weights  are  chosen  on  the  basis  of  reliability, 
stability,  internal  accuracy,  and  independence.  It 
is  a  "proper  paper  standard"  regarded  as  normally 
located  at  the  system  origin,  at  a  standard  ref- 
erence altitude.     In  its  definition,  the  frequency  of 
the  unified  atomic  standard  is  taken  equal  to  the 
value  f(Cs). 


When  completely  coordinated,  the  carrier 
frequencies  and  signal  epochs  received  at  the 
origin  from  a  participating  station  have  average 
values  equal  to  the  assigned  coordinate  values 
when  measured  by  the  unified  atomic  standard. 
But  if  the  measurement  were  made  by  the  unified 
standard  at  the  emission  site,  this  would  not  be 
the  case,  in  general,  because  of  the  small  Pound- 
Rebka  carrier  frequency  shift.  Moreover, 
referred  to  emissions  from  a  coordinated  station 
A,  there  is  no  fractional  difference  in  average 
rate  and  frequency  of  signals  received  at  A,  if 
they  are  emitted  from  another  coordinated 
station,  B. 

An  analysis  of  this  network  leads  to  the 
necessary  conditions  on  the  average  frequencies 
emitted  from  the  participating  stations  when 
coordinated,  and  to  the  frequency  values  of  the 
independent  local  atomic  standards  referred  to 
the  unified  one. 

The  system  could  be  extended  interna- 
tionally, by  regarding  the  national  unified 
standards  as  components  of  an  international  one 
whose  assigned  frequency  would  equal  f(Cs). 
Again,  a  physical  link  must  be  established 
between  the  components  in  real  time.    This  leads 
to  the  recognition  of  small  individual  frequency 
offsets  of  emissions  and  of  national  unified 
standards  needed  to  achieve  a  well-defined 
international  coordinate  frequency  and  time  system. 


Reprinted  from: 
Proc.   of  the  23rd  Ann.  Symp.   on  Freq.  Contr. 
(U.S.  Army  Electronics  Command,   Ft.   Monmouth,  New  Jersey,  May  6-8,  1969) 

pR  250-262  (May  1969). 
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I.  INTRODUCTION 


A.  General  Consideration 

There  are  three  aspects  of  a  time  and 
frequency  information  dissemination  system 
which  require  three  quite  distinct  types  of 
activity  by  associated  personnel. 

1)  The  system  must  be  administered. 
This  means  that  its  effects  on  the  users  served 
by  it  must  be  continually  evaluated  to  see  if 
their  needs  are  met.    Policy  decisions  must  be 
taken  with  an  eye  toward  future  developments, 
as  well  as  toward  safeguarding  of  commonly 
accepted  practice,  and  technical  feasibility. 

2)  It  must  be  operated  and  maintained 
consistently  and  efficiently.    By  its  nature  all 
component  portions  of  the  system  must  be  coord- 
inated continually  to  insure  internal  consistency. 
Internal  records  of  the  regular  operations,  ad- 
justments, changes  in  system,  and  data  collected 
by  monitoring  activity  must  be  kept  in  a  uniform 
way  and  be  available  to  system  administrative, 
operating,  and  engineering  staff. 

3)    The  technical  characteristics  of 
the  system, including  its  limitations , must  be  in- 
vestigated and  continually  reexamined  in  the 
light  of  technological  advances  and  the  require- 
ments of  the  system  users  and  potential  users. 
There  must  be  a   clear     understanding  of  the 
existing  system  physically  and  from  an  infor- 
mation theory  point  of  view.    This  understanding 
must  be  both  on  a  conceptual  and  operational 
level  and  be  both  deep  enough  and  broad  enough 
to  yield  a  proper  technical  perspective  con- 
cerning the  relation  of  the  system  to  others, 
existing  or  proposed. 

These  three  requirements  account  for  the 
sextuple  authorship  of  this  short  paper.  The 
authors  can  be  identified  roughly,  but  not  ex- 
clusively, in  pairs  with  these  aspects.  They 
are  paired  because  the  system  proposed  herein 
stems  from  experience  with  and  observation  of 
the  joint  effort  made  between  two  major  institu- 
tions of  the  many  government  agencies  interested 
in  establishing  a  single  coordinate  frequency  and 
time  system  for  the  United  States.    In  making 
this  coordination  effort  we  have  observed  that  it 
may  be  feasible  to  extend  its  use  with  small 
modifications  to  wider  coverage,  an  aim  ex- 
plicitly stated  in  the  "terms  of  reference"  of 
Study  Group  VII  of  the  CCIR.    In  passing,  it 
should  be  noted  that  the  terms  "coordinated" 
and  "coordinate"  --  since  they  refer  to  an 
agreed  upon  method  for  referring  time  to  a 
common  reference,  are  almost  synonymous 


and  may  be  used  in  the  present  text  inter- 
changeably (except  for  syntax). 

There  are,  of  course,  many  other  indi- 
vidual contributions, including  industrial  concerns 
and  government  agencies, to  this  systematic 
effort  in  addition  to  the  six  authors  and  their 
respective  two  agencies.    It  perhaps  suffices  to 
cite  in  this  respect  the  members  of  U.  S.  Study 
Group  VII. 

B.    The  USNO-NBS  Coordination 

As  a  guide  in  discussing  the  present 
coordination  effort  we  list  seven  prerequisites 
descriptive  of  the  kind  of  coordinate  time  sys- 
tem being  set  up  and  maintained  (although  not 
yet  completely  formalized!)  in  the  United  States 
for  general  use? 

1)  The  system  contains  component 
member  stations  and  laboratories. 

2)  Each  member  has  similar  identi- 
fiable items  of  equipment  or  portions  of  equip- 
ment systems,  which  we  shall  call  elements  of 
the  local  system  component. 

3)  The  component  members  of  the 
system    are  evaluated  and  given  statistical 
weights  on  the  basis  of  certain  criteria  agreed 
upon  by  the  members. 

4)  Adjustment  procedures  are  formu- 
lated in  the  sense  of  designating  at  what  portions 
of  the  system  coordinating  adjustments  are  to 
be  made,  and  when  they  are  to  be  made,  and 
tolerance  limits  of  various  kinds  are  specified. 

5)  Maintenance  procedures  are  formu- 
lated and  followed  in  the  sense  of  collection,  re- 
cording, and  reporting  of  data  to  be  used  in  order 
to  maintain  the  smooth  operation  of  the  system. 

6)  Provisions  are  made  for  the  parti- 
cipation of  associated  member  stations,  whose 
atomic  clocks  are  used  at  the  station 

for  control  and  stability,  but  are  not  maintained 
sufficiently  independently  to  be  included  in  the 
component  weighting  procedure  of  the  system. 
Such  stations  are  monitored  and  emit  signals 
within  the  prescribed  tolerance  limits  --  i.  e.  , 
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they  disseminate  the  coordinate  time  and  freq- 
uency information  in  the  way  agreed  upon,  but 
do  not  have  a  commercial  or  government 
standards  laboratory  directly  working  with 
them  as  part  of  the  system. 

7)    A  reference  location  and  initial 
epoch  must  be  designated;  a  reference  time 
scale  (a  "paper"  clock)  must  be  defined  as  an 
average  (using  the  weights  chosen  in  item  3) 
of  the  component  independent  atomic  freq- 
uency and  time  standards.     It  should  be  noted 
that  the  system  origin  so  specified  should  be 
in  terms  of  a  physical  object--e.  g  ,  a  labora- 
tory building,  and  a  well-defined  physical 
event.     Moreover,  the  record  of  differences 
between  the  reference  scale  and  other  well- 
defined  scales  such  as  UT2  and  ET  must  be 
kept  continuously  as  a  necessary  part  of  the 
coordinate  time  system.2 

Since  the  independent  local  atomic 
standards  and  clocks  are  usually  averages  of 
several  physically  distinct  but  similar  atomi- 
cally  controlled  or  calibrated  clocks,  the 
name  independent  local  mean  standard  will 
be  used  for  them.    (Sometimes  we  shall  use 
the  term:  "local  atomic  standards"  as  an 
alternative  one.  )    Similarly,  the  average 
time  scale  at  the  system  spatial  origin  will 
be  designated  the  national  mean  scale  --or 
sometimes  the  "unified  atomic  standard.  " 

We  can  retrace  these  points  in  terms  of 
the  present  USNO-NBS  coordinated  effort  for 
the  United  States. 

1)  Obviously,  the  two  present  com- 
ponents of  the  system  are: 

(1)  the  U.  S    Naval  Observatory 
in  Washington,  D.  C.  ,  in  close  association  with 
the  laboratories  of  NRL  and  commercial  stan- 
dards laboratories  which  furnish  the  USNO 
with  information  and  assistance  in  evaluating 
their  atomic  Cesium  standard  oscillators  and 
clocks. 

(2)  the  National  Bureau  of  Stan- 
dards Laboratory  at  Boulder,  Colorado. 

2)  The  essential  basic  elements  for 
each  component  have  been  identified  and  are 
illustrated  schematically  in  Figure  1.  They 
are: 


(a)    local  atomic  Cesium  frequency 
standards  and  independent  mean  time  scales. 
At  the  USNO  Time  Service  Division,  in  Wash- 
ington there  is  maintained  a  set  of  from  ten  to 
sixteen  independent  atomic  clocks  whose 
readings  are  recorded  and  averaged  almost 
every  day  by  a  statistical  weighting  procedure. 
The  average  reading  is  the  independent  mean 
paper  time  scale  IM  (USNO).     This  scale  is 
also  known  as  A.  1.     The  rate  of  running  of 
each  clock  in  the  set  is  controlled  by  the 
radiation  frequency  characteristic  of  the 
well-known  energy  transition  of  atomic  Cesium. 
The  statistical  procedure  chosen  insures  a 
high  degree  of  internal  stability,  reliability, 
and  independence  of  IM  (USNO)  from  other 
physical  systems.     Although  not  a  direct 
realization  in  the  sense  of  standards  labora- 
tories of  the  base  units  of  time  interval  and 
frequency  adopted  in  the  SI,  this  "proper" 
time  scale  yields  a  close  approximation.  It 
is  an  example  of  a  local  atomic  standard  for 
the  coordinate  time  system  described  herein. 

At  the  NBS  Time  and  Frequency 
Division,  in  Boulder  there  is  maintained  a 
local  Cesium  atomic  frequency  standard  known 
as  NBS-III,  used  to  calibrate  the  rates  of 
running  of  a  set  of  crystal-oscillator  and 
atomic -oscillator  controlled  clocks.  A 
statistically  weighted  average  of  those 
readings  is  used  to  compute  the  "paper"  atomic 
time  scale  known  as  AT  (NBS).     The  internal 
accuracy  of  the  reference  frequency  standard, 
NBS-III,  is  continually  evaluated  to  determine 
the  confidence  with  which  the  standard  realizes 
the  SI  base  unit  of  time  interval,  the  second 
(or  its  inverse,  the  hertz).     The  statistical 
procedure  is  chosen  to  ensure  that  the  AT  (NBS) 
scale  realizes  the  internal  accuracy  of  the  local 
atomic  frequency  standard,  at  this  moment, 
5  x  10"12  (3o-). 

Redundancy  and  reliability  are  furnished 
by  the  crystal  and  atomic  clock  system,  while 
long-term  stability,  as  well  as  accuracy,  is 
computed  from  the  calibrations  relative  to 
the  NBS-frequency  standard.     This  portion  of 
the  NBS  system  is  an  example  of  an  inde- 
pendent local  proper  atomic  standard  for  the 
coordinate  time  system,  and  may  be  designated 
IM  (NBS).     Its  scale  is  identical  with  what  has 
been  known  as  NBS-A,  but  is  now  known  as 
AT  (NBS). 
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(b)  coordinating  elements  whereby 
necessary  corrections  and  adjustments  for 
coordination  are  introduced  into  the  local 
control  equipment  or  perhaps  are  kept  only  as 

a  record  and  guide  for  coordination.  Some 
detailed  methods  for  the  calculation  of  these 
corrections  are  discussed  in  a  later  section. 
No  standard  name  has  yet  been  given  to  these 
internal  system  records;  but  each  component 
certainly  keeps  such  records.      It  is  pro- 
bable that  they  should  be  continuously  avail- 
able to  both  components. 

(c)  Steering  elements  can  be 
identified  at  both  component  stations.  They 
are  the  respective  clocks  and  oscillators  used 
to  control  or  steer  the  carrier  frequencies, 
signal  pulse  rates,  and  time  epochs.    One  may 
designate  them  as  coordinate  clocks  and  freq- 
uency standards.    They  should  be  set  physically 
to  maintain  the  agreed  coordination.    At  the 
USNO,  the  steering  element  is  called  the  master 
clock,  but  might  be  designated  for  system  pur- 
poses TC(USNO).    Similarly,  the  NBS  time 
scale  or  clock  keeping  coordinate  time  may- 
be called  TC(NBS).    When  these  clocks  and 
scales  become  coordinated  internationally,  they 
could  be  designated  UTC(USNO)  and  UTC(NBS) 
respectively;  the  U  denotes  "universal",  and 
the  TC  denotes  "coordinated  time". 

(d)    There  are,  of  course,  radio 
emissions  of  time  signals  and  carrier  frequen- 
cies closely  associated  in  spatial  location  with 
each  component.    For  NBS,  this  is  WWV  and 
WWVL,  and  for  the  USNO,  this  is  NSS.  There 
are  other  emissions  closely  associated  with 
them,  but,  because  they  are  not  from  nearby 
radio  stations,  we  prefer  to  distinguish  them  as 
"associated  stations". 

(e)    Finally,  at  each  locale  there 
are  monitoring  and  maintenance  facilities  whereby 
data  required  for  maintaining  continuous  coord- 
ination are  collected  and  recorded. 

3)    The  initial  coordination  between  the 

USNO  and  NBS  took  place  on  1  October  1968.  It 

was  necessary  at  that  time  to  correct  relatively 

large  divergences  in  rate  of  the  respective  emis- 

•  1  ~i 

sions  amounting  to  about  8  parts  in  10    .  Hence, 

it  was  decided,  as  an  interim  measure,  without 

following  the  format  discussed  here,  to 

shift  the  steering  rates  sufficiently  over  a  period 

of  time,  to  eliminate  the  major  portion  of  this 

discrepancy. 


This  has  now  been  accomplished.  Accord- 
ingly, more  refined  adjustments  for  coordination, 
which  will  take  into  account  small  effects  such  as 
the  Pound-Rebka  gravitational  red- shift,  and 
relative  random  walks  of  the  two  local  atomic 
standards,  will  be  made  in  the  future.    In  order 
to  do  this,  it  has  been  decided  to  attach  equal 
weight  to  the  two  standards.    In  our  notation,  this 
means      =       =  0.  5.     Briefly,  this  decision  re- 
sulted from  a  consideration  of  several  incommens- 
urate    requirements  at  the  two  components.     It  is 
very  important  that  the  coordinate  scale  have 
nearly  one  "second"  as  the  base  unit  of  time  at  the 
coordinate  time  origin.    This  is  the  "second",  as 
defined  in  the  International  System  (SI)  of  units. 
It  is  part  of  the  mission  of  NBS  to  attempt  to 
realize,  via  the  frequency  standard  NBS-III,  this 
unit.     At  the  same  time,  it  is  also  important  to 
keep  the  coordinate  time  scale  as  stable  as 
possible,  and  insure  its  reliability, 
of  prime  consideration  for  the  USNO. 

4)  Every  few  months,  as  a  result  of 
continuous  monitoring  via  radio  observations  and 
portable  clock  intercomparisons,  a  new  adjust- 
ment of  the  steering  elements  and  the  radio 
emissions  must  be  made,  to  insure  that  the  freq- 
uencies and  rates  of  all  system  emissions,  as 
observed  at  the  USNO  (i.  e.  ,  near  sea  level),  have 
the  nominal  values  assigned  them,  measured 
relative  to  the  unified  mean  standard  of  the 
system.     Because  of  differences  produced  by  pro- 
pagation, and  differences  in  rate  between  the 
local  mean  standards  and  the  system's  unified 
one,  the  rates  as  emitted  from  the  stations  and 
measured  by  the  respective  local  standards  will 
not  have  the  nominal  values  but  will  be  slightly  off- 
set.   This  is  discussed  more  fully  in  the  next 
section. 

5)  The  USNO  maintains  a  large  portable 
clock  service,  and  is  charged  by  the  DOD  with 
assuring  uniform  standards  of  practice  in  freq- 
uency and  time  throughout  the  DOD.  Coupled 
with  the  radio  monitoring  facilities  both  at  NBS 
and  the  USNO,  data  are  collected  which  result 

in  a  value  for        the  fractional  rate  difference, 
Sj^.  between  the  USNO  and  NBS  independent  mean 
standards. 
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Based  in  part  on  this  measurement,  and 
on  the  weight  value  chosen,  other  quantities  of 
importance  for  maintaining  coordination  are 
inferred    as  described  in  the  third  section. 

6)    We  mention  briefly  the  stations 
and  emissions  which  can  be  considered  as  assoc- 
iated ones.     This  means  that  NBS-station  WWVH, 
in  Hawaii,  being  at  a  different  altitude,  should 
emit  signals  at  a  rate  very  slightly  different 
than  the  rate  of  WWV  --  even  when  both  rates 
were  measured  by  ideally  identical  local  stan- 
dards at  the  two  sites.     The  Loran-C  chain  and 
the  forthcoming  Omega  system,  as  well  as  other 
U.  S.   Navy  standard  frequency  and  time  signal 

stations      may  be  considered  as  associated  sta- 
4  ' 

tionsj  monitoring  data  yields 

differences  between  their  emitted  signal  rates 
and  those  necessary  to  be  correctly  coordinated 
with  this  system.    Broadcast  stations,  too,  if 
considered  as  associated  coordinate  time  and 
frequency  stations  need  similar  information. 

7)    The  USNO  continually  make  obser- 
vations of  star  transits,  and  this  information  is 
used  by  the  International  Bureau  of  Time  (BIH) 
in  constructing  the  astronomical  time  scale 
known  as  UT2  (roughly  the  same  as  Greenwich 
Mean  Time).     The  knowledge  of  UT2 
and  the  coordinate  time  system  emissions  is  a 
necessary  prerequisite  for  maintaining  the 
coordinate  time  scale  and  UT2  as  different  as- 
pects of  the  same  coordinate  time  system.  Nec- 
essary redundancy  and  convenience  in  using  it 
for  navigational  purposes  is  thereby  built  into 
the  system. 

We  have  designated  the  USNO  as  the  spatial 
origin  location  of  this  national  coordinate  time 
system.     The  initial  epoch  chosen  is,  provisionally, 
set  at  1  January  1958  at  0000  UT. 


II.    THE  MEANING  OF  COORDINATE  TIMF 
AND  METRIC  TIME 

Coordinate  time  systems  as  spatially  ex- 
tended physical  objects  have  long  been  envisioned 
in  physics,  and  employed  in  astronomy.  The 
importance  of  giving  an  explicit  operational 
definition  of  such  a  system  has  recently  been 
stressed  by  several  authors  --  notably  in  a 
presidential  address  to  the  Royal  Astronomical 
Society  by  D.  H.  Sadler.  5»  6»  7- 


It  is  our  purpose  here  to  explain  the 
distinction  between  coordinate  time  and  metric 
time..    Very  briefly,  and  roughly,  it  is  analogous 
to  the  distinction  between  master- slave  radio 
stations,  and  independently  running  oscillators. 

More  exactly,  let  us  imagine  many  clocks, 
chosen  for  their  stability  and  reliability,  and 
because  each,  when  calibrated  by  an  atomic  freq- 
uency   standard  at  the  same  location,  is  deter- 
mined to  run  freely  at  a  rate  very  closely 
approximating  that  specified  in  the  International 
System.    The  clocks  can  then  be  distributed  over 
a  large  area  and  at  different  fixed  altitudes,  at 
fixed  locations  on  the  earth.    Each  then  continues 
to  run  with  its  proper  (Fr:  propre  =  self)  rate. 
It  is  a  local  atomic  standard,  and  can  be  used  to 
measure  rates  and  time  intervals  in  terms  of  the 
SI  base  units  for  frequency  and  time.     It  is  there- 
fore called  a  "metric"  instrument.    This  agrees 
with  the  strict  mathematical  sense  of  metric 
since  we  do  not  envision  the  possibility  of  changes 
in  location  or  "small"  accelerations  as  affecting 
its  rate.    It  is  a  good  piece  of  laboratory  equip- 
ment for  measuring  time  intervals. 

Now,  two  such  real  clocks  when  in  juxta- 
position will  normally  diverge  very  slowly,  but 
randomly,  in  reading  and  rate,  because  of  tiny 
random  effects  which  are  not  eliminated.  A 
suitable  average  can  produce  an  average  reading 
and  rate,  which  is  presumably  more  stable  -- 
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and  the  stability  properties  of  such  a  mean 
clock  may  be  very  desirable.  However, 
one  cannot  necessarily  say  that  the  average 
clock  is  a  better  realization  of  the  SI  unit  of 
time  than  either  one  of  the  two.     This  is 
certainly       a  matter  for  further  investi 
gation  in  each  case.     More  important! 
however,  is  the  fact  that  two  such  clocks 
at  a  distance  would  run  quite  independently, 
and  at  their  own  (proper)  rates. 

However,  to  obtain  a  time  epoch  and  a 
frequency  which  is  uniform  over  a  large 
spatial  volume,  a  uniform  physical  link  with 
some  standard  clock  must  be  established. 
It  is  a  remarkable  fact  that  radio  signal 
pulses  or  carriers,  used  to  establish  such 
a  link,  and  when  measured  by  two  standard 
metric  clocks  A  and  B,  at  a  distance  from 
eath  other,  show  very  little  difference  in  freq- 
uency or  rate  relative  to  these.    This  is 
illustrated  in  Figure  2.    However,  a  small 
systematic  effectrhas  been  observed  in  the 
frequency  of  electromagnetic  radiation  when 
it  is  propagated  through  a  difference,  gH,  in 
gravitational  potential,  over  an  altitude  differ- 
ence H- even  though  the  gravitational  accelera- 
tion field,  g,  is  a  constant.  This  difference  is 
sometimes  ascribed  to  a  difference  in  rate 
of  the  metric  clocks.    But  the  argument  from 
physical  grounds  shown  in  Figure  3,  indicates 
that  the  radio  waves,  or  photons,  themselves 
change  energy,  and  therefore  freq- 

uency, by  having  work  done  on  them  as  they 
move  in  a  direction  with  a  component  parallel 
to  the  field  vector  g.  The  computed  value  of  this 
effect  on  radio  carrier  frequencies  between 
Boulder,  Colorado,  and  Washington,  D.  C.  is 
1.  8  parts  in  lO*3  or  an  accumulative  effect 
over  a  year  of  6  y.s.   (phase  difference  in  time 
units). 

This  can  be  described  geometrically  by 
attributing  different  radii  of  curvature  to  dif- 
ferent portions  of  the  spacetime  map  on  which 
are  plotted  events  happening  to  two  clocks, 
A  and  C,  at  a  distance  and  at  different  alti- 
tudes.   In  this  way  the  relative  difference 
between  the  received  pulse  rate  at  C  and  the 
metric  clock  rate  at  C  can  be  portrayed. 


This  is  shown  in  Figure  4. 

So  it  is  easy  to  see,  as  also  shown  on  Fig- 
ure 5,  that  one  coordinates  time  at  different 
locales  and  altitudes,  by  sending  radio  pulses  from 
an  origin(say  at  sea  level)  so  that  the  coordinate 
clocks  at        various  locales    are         "slaved"  to 
the  agreed  time  scale  at  the  system  origin. 
Naturally  other  propagation  effects  and  random 
effects  must  be  taken  into  account,  by  a  suitable 
collection  of  data.     But  the  main  point  made  here 
is  that  coordinate  times  (and  frequencies)  must 
be  carefully  determined  by  establishing  physical 
links  with  a  suitable  origin  time  scale.  More- 
over, it  is  by  no  means  obvious    that  all  such 
physical  links  will  lead  to  the  same  coordina- 
tion.    Hence,  it  is  essential  to  define  the  method 
used  to  establish  this  link  very  carefully,  and 
to  follow  well-prescribed  procedures  in  meas- 
uring (by  metric  clocks)  and  recording  the 
"behavior  "  of  the  extended  system. 

In  this  system,  coordinate  clocks  slaved  to- 
gether by  radio  means    are  needed  for  synchro- 
nization and  epoch  interpolation.  Independent, 
proper,  metric  clocks  are  needed  for  time 
interval  and  rate  measurement  and  calibration. 
Radio  dissemination  is  needed  in  order  to  define 
the  time  coordinate    spacing  operationally.  A 
unified  system  mean  clock  at  the  origin  forms,  to- 
gether with  adequate  records,  a  useful  reference 
and  transfer  standard,  if  its  rate  is  nearly  that 
prescribed  in  the  International  System. 

IK.     PRINCIPLES  AND  ANALYSIS  OF  THE 
SYSTEM 

We  have  enunciated,  at  least  by  implication, 
four  main  principles  necessary  for  the  quantita- 
tive definition  of  the  kind  of  coordinate  time 
system  emerging  from  the  USNO-NBS  coordina- 
tion. 

1)  A  national  mean  standard  or  unified 
atomic  clock  and  frequency  standard  is  defined 
by  the  weighting  process  at  the  system  origin. 

Its  fractional  rate  difference  from  the  average  of  the 
set  of  local  mean  atomic  standard  rates  is  zero. 

2)  Natural    astronomical  events  are  related 
to  the  national  mean  clock  readings  via  UT2. 


3)    No  radio  waves  or  pulses  used  to  synchro- 
nize the  system  should  "disappear"  --  ideally 
there  is  conservation  of  phase  so  that  in  every 
closed  circuit  (including  equipment)  the  net 
phase  change  is  zero. 
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4)    Disseminated  coordinated  frequencies 
and  rates  measured  as  received  at  the  origin  in 
terms  of  the  national  mean  standard  must  have 
their  assigned  (i.  e.  ,  nominal)  coordinate  values. 

In  view  of  these  requirements  we  may 
write  down  certain  relationships  between  meas- 
ured, inferred,  or  assigned  quantities  and 
quantities  needed  for  making  adjustments  in 
emissions  in  order  to  attain  coordination. 
First,  let  us  define  a  few  symbols.  Let 

N  =  number  of  component  stations  and 
laboratories  in  the  system. 


a 


a  '■  weights  assigned  to  the 
N 

respective  components. 


2' 


12 


S  ,  .  .  .  S  : 
13*  IN 


measured  or  inferred 


fractional  frequency  deviations  of  the 
rate  of  the  first  local  mean  atomic 
standard     (its  metric  element  )  from 
the  other  component  local  mean  time  and 
frequency  standards, as  if  in  juxtaposition. 


fractional  frequency  deviations 


of  the  rate  of  the  respective  local  mean 
standards  from  the  national  one. 

E„,   .  .  .  .  E  :  fractional  frequency  devia- 
2'  N  1* 

tions  of  steering  elements  from  local  mean 
standards  -  -recorded  in  the  coordinating 
elements  and  introduced  into  the  steer- 
ing elements  to  compensate  for  random 
and  systematic  differences  of  the  com- 
ponent local  standards  and  emissions 
from  the  national  mean  at  the  system 
origin. 


D  ,  D  ,  .  .  .  D  :  ideal  fractional  frequency 
1       2  N 

deviations  of  the  respective  emitted 

signals  from  their  respective  local 
mean  atomic  standards  in  order  to 
follow  the  presently  defined  UTC 
system. 

It  should  be  understood  that  the  freq- 
uencies as  actually  emitted  and  received  may 
not  at  any  one  time  agree  with  the  ideal  values. 
The  system  records  should  show  the  ideal 
values,  and  the  departures  from  them  which 
would  be  regarded  as  errors  in  the  coordinate 
time  system. 

Figure  6  is  a  schematic  diagram  of  a 
national  system  with  N  components.     On  it,  one 
may  trace  for  each  component,  the  part  of  the 
component  circuit  in  which  each  of  the  quantities 
defined  above  appear. 

The  national  mean  standard  is  denoted  by 
the  letters  UAS  (unified  atomic  standard). 

On  the  figure,  certain  quantitative  rela- 
tions are  shown  which  we  now  derive. 


i  =  l 

By  the  first  principle,     we  may  also  write 


i  =  l 


a.  F. 
i  i 


(2) 


The  definition  of  the  pairwise  measured 
(or  inferred)  fractional  frequency  deviation  of 
the  first  local  standard  from  the  othersyields 


-1, »  G  .  .  .  .  G  :  fractional  frequency  devia- 
1       2  N 

tions  introduced  by  the  gravitational 

Pound-Rebka  shift  into  the  radio  time 
and  frequency  signals  used  for  synchro- 
nization and  dissemination  as  they  travel 
to  the  system  origin. 


S12  =  Fl  "  F2 


S13  "  Fl  "  F3 


S     =  F,  -  F 
IN       1       N  J 


(3) 
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It  is  useful  to  note  that  S..  =  F  -  F  and 

lJ        1  J 

therefore  that  S. .  =  S, .  +  S...  for  i  and  j 
lj       li        IJ  J 

having  values  1,   2,  .  .  .  .N. 

One  immediately  infers  that 


In  any  event,  this  frequency  offset  only 
furnishes  part  of  the  information  required  for 
a  more  accurate  immediate  knowledge  of  UT2, 
important  to  many  users.    Such  information  is, 
or  can  be,   supplied  by  voice  or  simple  code 
on  the  same  emissions. 


N 


f  =        s  a. 


(4) 


Principles    3)  and   4)  lead  to  the  equations 


a  relation  which  may  be  used  in  place  of 
Equation  (2). 

The  gravitational  radiation  shifts 
are  easily  evaluated  from  the  differences 
in  altitude  of  the  component  emission 
stations  from  the  system  reference  alti- 
tude.   Let  these  altitude  differences  be 


Hr  H2. 
Then 


H 


in  kilometers. 


G. 
J 


g"j   0-1.... N) 


(5) 


where       g  =  9.  8  m/s 

Q 

c  =  3  x  10  m/s. 

This  effect  must  be  included  to  help  satisfy 
principle  4). 


The  present  UTC-system  nec- 
essitates the  insertion  of  a  constant  freq- 
uency offset  for  all  UTC -coordinated 
emissions  from  the  nominal  assigned 
values  in  order  to  partially  synchronize 
the  time  signals  with  UT2.     Thus  we  have, 
at  present 

D  =  E  -300  x  10"10  (6) 
j  j 

There  are  discussions  at  present  aimed  at 
eliminating  this  large  frequency  offset,  and 
attaining  the  very  rational  requirements  of 
the  navigators  by  a  different,  simpler,  and 
improved  means.    When,  and  if,  this  is 
done,  the  distinction  between  D  and  E  will 
vanish.  Until 
then,  all  UTC-carrier  signals  used  for 
calibration  purposes  ought  to  be  corrected 
on  reception  by  this  amount. 


E.  +  F.  +  G.= 
J       J  J 


0,   (j=  1,  2,  .  .  .  N) 


That  is,  for  j=l,  for  example,  the  ideal  fractional 
frequency  deviation,  E^,  between  the  first  local 
mean  atomic  standard  and  the  emitted  signal 
rates,  added  to  the  gravitational  shift,  G^,  in 
the  emitted  radiation,  ought  to  exactly  compen- 
sate for  the  inferred  random  difference,  F  , 

1 

in  rates  of  the  first  local  mean  standard  and  the 
national  unified  mean  standard.     The  difference 
between  E    and  D    can  be  ignored,   since  it  is 
both  added  and  subtracted  in  making  the  first, 
or  any,  circuit  in  the  system. 

Now,  if  one  is  given  all  the  a.  -values, 

and  measures,  or  infers  from  observations,  all 

the  S  .-values,  then  all  the  F. -values  can  be 

U  J 
determined  from  Equations  1,   3,  and  4.     The  E  - 

values  are  determined  from  (7),  and  the  De- 
values from  (6).     One  represents  most  of  these 
relations  easily  on  a  frequency  level  diagram  as 
in  Figure  7. 
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Associated  with  each  component  station  there 
are  two  levels:  the  level  determined  by  the 
fractional  frequency  difference,  S^.,  of  the 

fijrst  station's  local  mean  standard  from  the 
j—  local  mean  standard,  and  the  level  deter- 
mined by  the  gravitational  shift,  G., 
determined  from  the  altitude  diffe     nee  of 
the  station  from  the  system  origin  reference 
level. 

Positive  quantities  are  represented  by 
vectors  pointing  up,  negative  ones  by  vec- 
tors pointing  down.    Hence,  a  station  at  a 
high  altitude  will  have  a  gravitational  level 
below  the  reference  level,  indicated  by  UAS 
in  Figure  7,  and  conversely.    Figure  8  also 
depicts  the  situation  for  the  case  N=  2  as  it 
existed  for  the  USNO-NBS  coordination. 
As  explained,  however,  the  adjustments 
made  did  not  quite  follow  this  procedure 
because  of  the  large  value  of  S^-  (The 

values  of       and  G^  were  taken  to  be  zero 
for  this  initial  adjustment.) 

IV.  CONCLUSIONS 

Let  us  summarize  the  foregoing  dis- 
cussions, briefly.    In  order  to  set  up  this 
coordinate  time  system,  there  seem  to  be 
nine  essential  procedural  steps. 

(1)  The  components  must  be  identified- 
both  the  associated  and  the  member  stations  and 
laboratories. 

(2)  The  essential  system  elements 
belonging  to  each  component  member  must  be 
identified:    the  local  mean  atomic  standard, 

the  coordinating  element,  the  steering  element, 
and  the  local  coordinated  radio  station  emitting 
specified  time  and  frequency  signals. 

(3)  The  reference  origin  in  space  and 
time  must  be  specified. 

(4)  Intercomparison  measurements  of 
the  component  local  mean  atomic  time  and  freq- 
uency standard  rates  and  epochs  must  be  made  , 
leading  to  the  values  of  S^.,  (j=  2,  .  .  .  N) 

(5)  Statistical  weights  (a)  must  be 
chosen  for  each  component. 


(6)  The  national  mean  standard  is  then 
defined  by  determining  the  deviations  (F)  of  all 
the  local  independent  mean  atomic  standards  from 
it. 

(7)  Astronomical  events  must  be 
measured  in  terms  of  the  unified  national  mean 
standard,  utilizing  UT2. 

(8)  The  desired  ideal  emission  rate 
offsets  (E)  from  their  respective  local  mean  stan- 
dards must  be  determined  |md  the  present  UTC 
value  D    (D  =  E  -  300  x  10"    )  determined  for  UTC 
coordinated  emissions. 

(9)  Continuous  monitoring  procedures 
must  be  set  up  to  continually  redetermine  and  pub- 
lish --  for  the  system  at  least  --  the  weights  and 

(a)  F  -  values 

(b)  E,  D  -  values 

(c)  Differences  between  actual  and 
ideal  emission  rates  and  epochs. 

(d)  Differences  between  actual  and 
ideal  reception  rates  and  epochs. 

If  these  procedures  are  permanently  implemented, 
and  the  present  USNO-NBS  coordination  appears 
to  assure  that  this  will  be  the  case,  the  system 
can  become  a  model  for  more  extensive  world- 
wide application,  and  for  other  national  coordinate 
time  systems.     It  already  is  a  specific  well- 
defined  portion  of  what  is  often  called  the  "National 

Q 

Measurement  System". 

Some  modifications  may  be  needed  for 
worldwide  use.   For  example,  the  weighting  pro- 
cess becomes  a  truly  knotty  problem,  with 
political  overtones.     To  insure  proper  statistical 
procedures,   it  is  essential  that  all  component 
members  keep  truly  independent  standards,  and 
evaluate  them  exhaustively  for  reliability, 
stability,  and  accuracy.     A  certain  amount  of 
knowledge  of  how  each  of  these  national  standards 
and  their  components  (observatories,  labora- 
tories, and  radio  stations)  are  linked  by  physical 
means  and  coordination  procedures  must  be 
available  to  the  designated  international  coord- 
inating agency.     We  are  fortunate  that  thero  is 
already  in  existence  a  traditional  agency,  the 
International  Bureau  of  Time  (BIH),  which  re- 
ceives all  the  essential  astronomical  information 
to  construct  the  UT2  scale,  and  acts  as  coord- 
inator for  the  present  UTC  system.     In  fact, 
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the  BIH  maintains  an  average  atomic  scale  of 
time  which  satisfies  some  of  the  prerequisites 
to  serve  as  an  international  mean  time  scale 
and  standard  (the  scale  known  as  A.  3).  Ques- 
tions concerning  the  weighting  procedure,  i.  e.  , 
how  to  use  the  data  furnished  the  BIH  --(both 
national  mean  scale  data  and  indivjdu^al  com- 
ponent data)  should  be  answered.  ^  '    '  ^' 
Again,  the  CCIR  has  established  an  Inter- 
national Working  Party  charged  for  the 
moment  with  considering  the  improvement  of 


the  UTC  system  to  meet  modern  require- 
ments.   So  it  would  be  natural  for  this  group, 
IWP  VTI/1,  to  continue  to  act  as  an  advisory 
body  to  the  FAGS  (steering  committee  for  the 
BIH)  and  to  the  BIPM  (the  international  bureau 
engaged  in  metric  standardization  activities). 
These  are  clearly  interdisciplinary  matters 
which  are  the  concern  of  the  sciences  of 
astronomy,  geophysics,  radio  engineering, 
physics,  and  politics.    This  is  a  matter  for 
future  consideration  in  the  CCIR. 
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ELEMENTS  :  COMPONENT  MEMBER  STATION 


POUND  -  REBKA  EFFECT 


EMISSIONS 

STEERING  CLEMENT 
COORDINATING  ELEMENT 
LOCAL  AIQM!£  STANDARD 

MQNITQRINC 

IP.  UNIFIED  STANDARD 


Figure  1:  The  symbols  D,  E,  F  refer  to 
fractional  frequency  offsets  explained  in  the 
text.    The  symbolNlf 'stands  for  the  rate  or 
frequency  of  the  local  mean  clock  or  frequency 
standard  —  close  to  the  prescribed  Si-value. 


DISTANT  COMPARISONS  OF  RATES.  FREQENCIES.  AND 
ACCUMULATED  TIME  INTERVALS 


JMCCTWC  MA* 

ISMOHH  fiat) 


PWNC.PLE  :  FOR  PHOTONS 
AND  RADIO  WAVES, 
SELF -ENERGY  IS  ■ 


—  SEND  SIGNAL  UP 
MEASURE  (SI) FREQUENCIES 

CD  AT  SEA  -  LEVEL  : 

me'  •  hv0 

AT  ALTITUDE   H  : 

ENERGY. hi/M 

©  ALMOST  CONSTANT  FORCE 
DOWNWARD,  ACTING  OVER 
DISTANCE  H,  REMOVES 
ENERGY  :  -mgH 

C5.'.hi/H-  hiv  -mgH.-hi',^  m 


P-R  EFFECT  : 


1    a      S-flffi     -  109  x  IO'"/«m  (ALTITUDE) 


I/H-f. 


■  1.6  »  IO""/ml«(ALTITUDE);  6ji»/yr/milt 


Figure  3:  The  Pound-Rebka,  or  gravitational  freq- 
uency shift  has  been  experimentally  verified  to  one 
percent  for  gamma  rays  using  the  Mossbauer  effect. 
It  is  a  consequence  of  the  general  relativistic  theory 
Of  gravitatloaft|$TANT  coMPARlSQffS  OF  RATES.  FREQUENCIES. 

AND  ACCUMULATED  TIME  INTERVALS 


space  time  map 
(shown  a3  surface  of  revolution! 


CASE  I  :  "A"  AND  "B"  AT  SAME 
ALTITUDE  AND: 

(a)  NO  SYSTEMATIC  EFFECTS 
(E.g.  POUND-REBKA, 
CLOCK  RATE  DIFFERENCES) 

(b)  NO  RANDOM  EFFECTS 
(E.g.  PROPAGATION, 
CLOCK  DISPERSION  ) 

.'.    COORDINATE  SPACING  • 
METRIC  UNIT 


AGAIN 

CASE  2  "C*  IS  AT  GREATER  ALTITUDE 
THAN  V  AND: 

(o)  ONLY  SYSTEMATIC  D  FECT  SHOWN  IS 
POUND-  REBKA  -EXAGGERATED  I' 

(Li)  NO  RANOOM   EFFECTS  SHLH.N 


METRIC  INTERVAL 
*  COORDINATE  SPACING  EXCEPT 
AT  "A",  IF  ORIGIN  rS  CHOSEN  AT  'a* 

DISTINCTION 

REQUIRED  BET*EEN  NOMif  A*. 
COORDINATE   VA.uES  AND 
MEASURED  METRC  VALUES  (S!) 


METRIC  VALUE  OBTAINED  FROM  LOCAL 
ATOMIC  STANDARDS 


\N0  DISTINCTION 

\REQUIRED  BETWEEN 
\COORDINATE  SPACING 
COORDINATE   SPACING  OBTAINED  BY  DISSEMINATION     \AND  METRIC  INTERtftLS 
FROM  AVERAGE  (UNIFIED)  STANDARD  AT  ORIGIN  X 

Figure  2:  The  schematic  spacetime  map  shows 
radio  pulses  transmitted  to  B  and  returned  to  A 
to  synchronize  their  clocks.     A  and  B  are  separa- 
ted by  about  2.  25  x  103km  (—1400  miles). 


a  physical  representation- 
shows  waves  affected  by  work  of  gravity 
shows  clock  rates  unaffected  by  gravity  potential 
.'.  metric  is  shown  ^distorted; 
coordinate  spacing  is  shown  distorted. 

Figure  4:  A  and  C  are  again  separated  by  about 
2.  25  x  10  km.     Their  coordinate  clocks  are 
synchronized  by  radio  pulses,  and  the  rates  of 
these  are  measured  by  the  metric  clocks  running 
at  their  own  (proper)  SI  rates.    The  curvature 
of  the  schematic  map  is  introduced  to  show  that 
the  intervals  of  the  two  metric  clocks  are  equal 
at  the  two  respective  locations  differing  in 
altitude.     Only  altitude  changes  produce  the  P-P 
effect,  although  for  pictorial  purposes,  hori- 
zontal distances  as  well  are  combined  with 
differences  in  altitude. 
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HIGH  ALTITUDE 


NEAR  EARTH'S  SURFACE 
(SEA  LEVEL) 


COORDINATE  TIME 
I  "DAY" 


COORDINATE  TIME 

I  "DAY" 


-10'  SECONOS 
"CLOCK  TIME  INTERVAL" 


METRIC  8  COORDINATE  TIME 
RELATIONS  -  ------ 


~I05  SECONDS 

"CLOCK  TIME  INTERVAL" 
--(QUALITATIVELY  CORRECT.  BUT 
VERY  EXAGGERATED  Ml 


Figure  5:  This  is  an  even  more  exaggerated  por- 
trayal of  the  spacetime  curvature  needed  to  show 
the  difference  between  coordinate  intervals  and 
metric  intervals.    The  center  of  the  "earth"  is 
at  the  smallest  cross  section  of  the  "bottleneck". 
The  generators  of  the  surface  follow  roughly  the 
variation  in  gravitational  potential  with  altitude. 
Unlike  Figure  4,  no  horizontal  distances  are  in- 
volved. 


COORDINATE  FREQUENCY  AND  TIME 
NETWORK  AND  MEASUREMENT  SYSTEM 


I  I 
I  I 
Gj  G, 

•}•{• 

I  I 
I  I 
I  I 

!  S„ 


i 

.    .  J. 

I 

_S„-J— 


On 


1  UAS 


Fj  •  F,  -  S(J-  .    laf'\.  IOjFj.0.     Ej  +  Fj  +  Gj-0.  Gj.-^HJ 

Figure  6:  The  coordinate  time  system  resembles 
an  electrical  network.    Ideal  values  of  emitted 
frequencies  f.    ,  are  indicated,  as  are  ideal 
values  f.^  ,  of   received  frequencies,  and  the 
rates     J      f.S  of  the  standards,  and  f    of  the 

J  u 
system  unified  mean  standard.     Not  shown  are 

the  observed  emitted  frequencies  f.E  ,  and 
actually  received  frequencies  f.  .     The  meas- 


0) 


TT 


1 
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ured  or  inferred  rate  inter  comparison  of  the  i  — 
and  j^—  local  standards  is  indicated  by  the 
fractional  frequency  difference  S„. 
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Ex  S/3 


E3 


Figure  7. 

"Frequency  Level 

Diagram  for  N  =  6" 


T°>s 


1 


(5) 


The  first  component  is  at  the  national 
mean  reference  level,  (UAS),   so  G^=  0. 

Positive  quantities  are  associated  with  upward 
arrows.     Weights  are  not  shown. 


FOR  USNO-NBS  COORDINATION  AND  SYSTEM 
(I  OCT  ,  1968)  f*n~2l 


(i) 


UAS 


s. 


REFERENCE 
SU  LEVEL^ 


SU  '  Fi  F2  *  9  8  *  l0"  <FR0M  MEASUREMENTS) 
a,  ■  05 
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NEW  Sl2  -  VALUE  DETERMINED  PERIODICALLY 


(2) 


W0OSE 


a,  =  a2 

G,  :  0  (-SEA-LEVFL) 


Figure  8:  The  values  shown  are  of  the  correct 
orders  of  magnitude,  but  are  for  illustrative 
purposes  only.     Presently,  the  difference  in 
rates  of  the  local  mean  standards  is  considerably 
less,  so  that  the  importance  of  the  gravitational 
shift  is  relatively  greater. 
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Astronomical  Time 
Jean  Kovalevsky  1 

A  definition  of  time-scales  and  criteria  of  uniformity  of  a  time-scale 
are  introduced  in  the  first  part  of  the  paper.  These  considerations  are 
applied  to  time-scales  currently  used  in  Astronomy:  Sidereal  and  Univer- 
sal Times.  Each  of  them  is  defined,  their  equivalence  is  proved,  and  the 
precision  with  which  each  can  be  determined  is  discussed.  The  irregulari- 
ties of  the  rotation  of  the  Earth  are  the  causes  of  the  non-uniformity  of 
these  time-scales.  A  uniform  gravitational  time,  Ephemeris  Time,  is  then 
defined  and  the  precision  of  its  determination  is  discussed.  All  the  three 
astronomical  time-scales  have  a  necessity  of  their  own  and  cannot  be  inter- 
changed. In  order  to  reach  a  better  understanding  of  the  concept  of  time, 
it  is  necessary  that  all  time-scales — including  atomic  time — should  coexist 
and  be  compared  with  the  highest  possible  precision. 

Metrologia,  Vol.  1,  No.  4,  169-180  (October  1965). 

Manuscript  received  August  6,  1965. 
1  Bureau  des  Longitudes,  Paris  6e/ France 


Von  der  Astronomischen  zur  Atomphysikalischen 

Definition  der  Sekunde 

G.  Becker  1 

According  to  resolutions  of  the  12th  General  Conference  on  Weights 
and  Measures  and  of  the  International  Committee  on  Weights  and  Meas- 
ures of  Oct.  1964,  precise  measurements  of  time  may  be  performed  by 
means  of  a  resonance  frequency  of  the  cesium  atom  as  an  atomic  time 
and  frequency  standard.  The  problems  of  the  definition  of  the  second  and 
the  reasons  which  led  to  this  development  are  discussed. 

PTB-Mttlg,  No.  4,  315-323,  and  No.  5,  415-419,  (1966).  (In  German) 


1  Physikalisch-Technische   Bundesanstalt    (PTB),   West  Germany 
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TIME  SCALES 


By  L.  Essen 

Time  scales  have  traditionally  provided  the  time  of  day  and  the  season 
of  the  year,  as  well  as  time  interval,  and  if  it  is  to  be  of  universal  use  the 
atomic  scale  must  be  coordinated  with  astronomical  scales.    Two  major 
steps  in  the  coordination  have  already  been  taken:    the  atomic  unit  has 
been  defined  in  terms  of  the  second  of  Ephemeris  Time,  and  the  scales 
were  made  to  agree  on  1st  January  1958.    If  the  rotation  of  the  Earth  were 
constant  the  scales  would  continue  to  agree,  but  because  of  the  variations 
in  the  rate  of  rotation  the  atomic  scale  will  diverge  from  the  astronomical 
scale  unless  some  adjustments  are  made  to  bring  them  together.  The 
present  method  of  adjustment  is  to  apply  a  frequency  offset  from  the 
nominal  value  to  the  oscillator  from  which  the  Is  timing  pulses  are 
derived  and  when  necessary  a  step  adjustment  to  the  epoch  of  the  signals. 
This  method  possesses  serious  disadvantages  and  it  is  suggested  that  all 
standard  transmissions  should  operate  at  their  nominal  values  provision 
being  made  to  supply  those  users  needing  astronomical  time  with  the 
difference  between  atomic  and  astronomical  time. 

Metrologia,  Vol.  4,  No.  4,  161-165  (October  1968) 


Note  on  Atomic  Timekeeping  at  the  National  Research  Council 
A.  G.  Mungall,  H.  Daams,  and  R.  Bailey 

Three  different  experimental  atomic  time  scales  have  been  main- 
tained at  the  National  Research  Council  of  Canada.    One  has  been  based 
on  an  HP  5061A  cesium  standard,  another  on  a  free-running  crystal 
oscillator,  calibrated  daily  with  respect  to  the  NRC  2.  1  m  primary 
cesium  standard,  and  a  third  on  the  HP  5061A  calibrated  weekly  by  the 
primary  standard.    VLF  and  Loran  C  inter  comparisons  with  the  United 
States  Naval  Observatory  and  the  National  Bureau  of  Standards  indicate 
that  the  third  is  probably  the  most  accurate  of  the  three  time  scales. 
Agreement  between  this  scale  and  those  of  the  USNO  and  NBS  is  of  the 
order  of  1  |i  sec  or  1  x  1 0 " ^ 3  in  frequency  over  a  four-month  period. 

Metrologia,    Vol.  5,  No.  3,  73-76,  (July  1969) 
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WIDELY  SEPARATED  CLOCKS  WITH  MICROSECOND 
SYNCHRONIZATION   AND  INDEPENDENT 
DISTRIBUTION  SYSTEMS 


Thomas  L.  Davis  and  Robert  H.  Doherty 
National  Bureau  of  Standards 
Boulder  Laboratories 
Boulder,  Colorado 


Summary 

In  a  majority  of  timing  applications,  a 
problem  exists  in  setting  two  or  more  clocks  to 
agree  with  one  another.    Present  techniques 
using  WWV  or  other  high  frequency  broadcasts 
allow  clocks  to  be  synchronized  within  one  milli- 
second.   This  paper  describes  a  method  which 
offers  an  improvement  in  synchronization  of 
three  orders  of  magnitude. 

Microsecond  synchronization  is  obtained  by 
use  of  the  Loran-C  navigation  system  as  the  link 
between  a  master  clock  at  Boulder,  Colorado  and 
any  slaved  clock  anywhere  in  the  Loran-C  service 
area. 

The  timing  system  also  includes  a  unique 
method  for  distribution  of  several  time  code 
formats  on  a  single  UHF  channel. 

Introduction 

Three  solutions  to  the  problem  of  time 
synchronization  of  widely  separated  clocks  have 
been  proposed  by  Morgan  [1],    These  methods 
are: 

(a)  Transportation  of  a  master  clock  to 
each  location  where  synchronization  is 
desired, 

(b)  two-way  transmission  of  radio  signals 
between  a  master  clock  and  the  slave  clock, 
and 

(c)  one-way  transmission  of  radio  signals 
from  a  master  clock  to  a  slave  clock. 

The  timing  system  which  is  described  here  uses 
one-way  transmission  of  LF  radio  signals 
(method  c)  to  synchronize  a  slave  clock  to  a 
master  clock  and  one-way  transmission  of  UHF 
radio  signals  to  distribute  time  to  the  user  from 
the  slave  clock. 


T  

The  work  described  in  this  paper  is  sponsored 
by  the  United  States  Air  Force,  Ground  Electron- 
ics Installation  Engineering  Agency  (GEEIA), 
Eastern  GEEIA  Region,  Brookley  Air  Force 
Base,  Mobile,  Alabama. 


The  WWV  transmissions  are  perhaps  the 
most  widely  known  and  for  many  applications  the 
most  useful  broadcasts.    The  equipment  required 
is  both  inexpensive  and  readily  available.  Their 
major  disadvantage  is  in  the  accuracy  of  time 
synchronization  available.    While  millisecond 
time  is  accurate  enough  for  many  applications, 
modern  scientific  measurements  require  at 
least  one  or  two  and  often  three  orders  of 
magnitude  better  than  this.    For  this  reason, 
several  studies  have  been  made  on  the  stability 
of  signals  at  LF  and  VLF  [2,  3,  4,  5],    As  a 
result  of  these  and  other  studies,  several 
systems  have  been  proposed  which  would  supply 
standard  frequency  and  time  on  a  world  wide 
basis.    One  of  these,  Loran-C,  is  already  in 
operation  as  a  precise  100  kc  navigation  system 
[6],    The  operation  of  Loran-C  is  such  that  when 
synchronized  to  a  time  and  frequency  standard, 
microsecond  synchronization  is  available  any- 
where within  the  service  area  of  the  system  [7]. 

Once  a  clock  has  been  synchronized  with 
the  master  clock,  the  time  information  must  be 
distributed  to  the  user.    In  order  to  cover  the 
wider  range  of  recorder  applications,  serial 
time  codes  are  generated  at  rates  from  one  ppm 
to  1000  pps.    All  these  codes  are  time-division 
multiplexed  on  a  single  UHF  channel  for  distri- 
bution to  the  user.    This  equipment  will  be 
described  after  the  clock  and  its  synchronization 
have  been  discussed. 

I.    MICROSECOND  SYNCHRONIZATION 

The  Loran-C  Navigation  System 

The  Loran-C  navigation  system  is  a  precise 
100  kc  pulse  system  which  obtains  its  accuracy 
by  means  of  pulse  sampling.    Figure  1  shows  the 
manner  in  which  this  sampling  is  accomplished. 
A  signal  reflected  from  the  ionosphere  will  arrive 
at  the  receiver  with  a  random  phase  relationship 
some  time  after  the  direct  or  ground  wave 
signal.    A  gate  samples  the  signal  ahead  of  the 
arrival  of  the  sky  wave  so  that  only  the  ground 
wave  is  used  to  synchronize  the  system.  The 
propagation  time  of  the  ground  wave  can  be  cal- 
culated to  one  microsecond  over  a  land  path  and 
to  one-tenth  of  a  microsecond  over  a  sea-water 
path. 

IRE  WESCON  Record,  I960. 
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The  system  consists  of  at  least  three 
stations,  a  master  and  two  or  more  slaves.  On 
the  East  Coast  Chain,  the  slave  stations  are 
located  at  Jupiter  Inlet,  Florida  and  Martha's 
Vineyard,  Massachusetts.    The  master  station 
is  located  at  Cape  Fear,  North  Carolina.  When 
used  as  a  navigation  system,  a  hyperbolic  line- 
of-position  is  determined  by  the  master  station 
and  each  of  the  slaves.    The  intersection  of  these 
lines-of-position  (LOP's)  gives  the  location  of 
the  receiver  to  better  than  1000  feet  at  ranges  of 
1000  miles  over  sea  water  and  land. 

The  National  Bureau  of  Standards  is  pro- 
posing to  synchronize  the  Loran-C  system, 
which  is  operated  by  the  U.  S.  Coast  Guard, 
with  the  United  States  Frequency  Standard 
(USFS)  at  Boulder,  Colorado  [8],    Signals  from 
the  Loran-C  station  at  Cape  Fear  will  be  moni- 
tored and  compared  against  the  USFS.  Cor- 
rections will  be  made  to  the  master  oscillator 
at  Cape  Fear  to  keep  the  synchronization  well 
within  a  microsecond  of  the  USFS.  Another 
more  refined  and  more  expensive  plan  proposes 
the  establishment  of  a  Loran-C  station  between 
Cape  Fear  and  Boulder.    This  plan  has  two  very 
definite  advantages.    First,  the  East  Coast 
Chain  would  be  expanded  to  a  star,  providing 
navigation  coverage  of  the  Great  Lakes  and  the 
Gulf  of  Mexico.    Second,  very  good  ground  wave 
signals  would  be  available  at  Boulder.  This 
star  chain  plus  a  station  located  in  the  south- 
western United  States  would  provide  Loran-C 
coverage  for  the  entire  continental  United  States. 
The  entire  system  could  be  easily  monitored  at 
Boulder. 

A  Loran-C  Clock 

In  order  to  fully  utilize  the  capabilities  of 
the  Loran-C  system  for  timing,  a  clock  of  some 
type  is  required.    This  clock  must  be  capable  of 
resolving  time  to  one  microsecond,  it  must  be 
capable  of  being  easily  synchronized  by  the 
Loran-C  signals,  and  the  time  in  the  clock  must 
be  in  a  format  that  can  be  used  external  to  the 
clock.    Such  a  clock  has  been  constructed  at  the 
Boulder  Laboratories  of  the  National  Bureau  of 
Standards.    Figure  2  shows  the  manner  in  which 
this  clock  is  constructed.    The  Loran-C  receiver 
fits  in  the  space  on  the  right.     The  space  on  the 
left  is  occupied  by  the  clock.    A  visual  readout  is 
visible  directly  above  the  monitor  oscilloscope 
in  the  center  section. 

Clock  Divider 

The  clock  divider  consists  of  15  trochoidal 
beam- switching  tubes  operating  as  decimal 
counters.    These  tubes  are  arranged  so  that  the 
first  operates  at  one  megacycle,  the  second  at 
100  kc,  and  so  on  to  the  15th  which  operates 
every  100  days. 

Figure  3  shows  a  typical  divider  stage.  The 
carry  output  for  the  previous  stage  is  produced 
by  gating  the  input  pulse  rate  with  the  number 


nine  output  from  the  previous  be  am- switching 
tube.    This  method  reduces  the  carry  propa- 
gation time  through  the  divider  to  less  than  one 
microsecond.    The  carry  output  is  used  to  trigger 
a  bistable  multivibrator  which  drives  the  beam- 
switching  tube.    An  additional  input  to  the 
bistable  multivibrator  allows  counts  to  be  added 
to  each  decade  as  an  aid  to  synchronizing  the 
clock. 

The  first  counter  is  driven  directly  by  the 
megacycle  pulses  from  the  pulse  generator  and 
no  gating  is  involved.    The  seconds  and  minutes 
counters  are  arranged  to  reset  to  zero  by  them- 
selves on  their  60th  count.    The  hours  counters 
are  reset  automatically  to  zero  on  their  24th 
count.    The  days  counters  are  allowed  to  count 
to  399  before  they  reset.    This  requires  a  manual 
clock  reset  once  a  year. 

Readout  Register  and  Display 

The  readout  register  must,  upon  command, 
store  and  display  the  time  of  the  command.  The 
manner  in  which  this  is  accomplished  is  demon- 
strated in  Figure  4.    Since  the  read  command 
can  occur  randomly,  it  is  used  to  select  one  of 
the  microsecond  pulses.    This  pulse  is  then  de- 
layed less  than  a  microsecond  to  insure  that  all 
the  beam  switching  tubes  are  in  a  stable  state. 
Each  output  from  the  be  am- switching  tubes  is 
connected  to  one  input  of  an  "and"  gate.  The 
delayed  read  command  is  connected  to  the  other 
gate  input  and  to  the  reset  input  of  a  bistable 
multivibrator.    The  gate  output  triggers  a 
mono  stable  multivibrator.    The  pulse  from  the 
monostable  multivibrator  trailing  edge  is  fed  to 
the  set  input  of  the  bistable.    Thus,  ten  bistable 
multivibrators  will  store  the  number  in  the  decade 
until  the  next  read  command.    The  time  between 
successive  read  commands  must  be  sufficient  to 
allow  the  monostable  multivibrators  to  recover. 
The  prototype  requires  200  microseconds  to  re- 
cover.   This  means  the  read  commands  cannot 
occur  closer  together  than  400  microseconds. 

Two  types  of  display  are  available.    The  out- 
put from  the  bistable  is  permanently  connected 
to  an  incandescent  display.    This  readout  is 
always  visible  to  the  operator  and  is  required 
to  synchronize  the  clock.    Also  available  is  a 
high  speed  photographic  readout.    The  output  from 
the  monostable  multivibrator  flashes  a  "nixie" 
indicator  tube  for  200  microseconds.    This  read- 
out is  useful  for  rapidly  recording  the  time  of  a 
discrete  event  to  the  nearest  microsecond. 

Synchronization  of  the  Clock 

The  Loran-C  receiver  provides  two  types  of 
information  to  the  clock,  both  of  which  must  be 
used  to  obtain  the  desired  microsecond  synchro- 
nization.   This  information  is  derived  from  the 
100  kc  carrier  and  from  the  pulse  rate  which  is 
transmitted. 
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Frequency  Synchronization.    Before  any 
thought  can  be  given  to  synchronizing  a  clock  in 
time,  a  stable  and  accurate  frequency  source 
must  be  available.    Figure  5  shows  the  manner 
in  which  this  frequency  is  derived  from  the 
Loran-C  receiver.    The  local  oscillator  supplies 
500  kc  to  two  phase  shifters.     The  number  one 
shifter  is  driven  directly  from  a  servo  motor 
and  number  two  is  driven  by  the  same  motor 
through  a  clutch.     The  output  from  the  first  phase 
shifter  is  divided  by  five  to  supply  the  local  100 
kc  signal  for  the  Loran-C  receiver.    The  output 
from  the  second  phase  shifter  is  used  to  generate 
pulses  at  a  megacycle  rate  for  the  clock.  The 
clutch  output  also  drives  an  integral  control  unit 
which  adjusts  the  frequency  of  the  oscillator. 
If  the  Loran-C  receiver  loses  synchronization 
with  the  transmitter,  the  clutch  is  disengaged 
and  the  oscillator  is  allowed  to  free  run.  The 
clock  accuracy,  until  synchronization  is  re- 
established, then  depends  upon  the  stability  of 
the  local  oscillator. 


Time  Synchronization.    Loran-C  is  not 
presently  instrumented  to  resolve  time  incre- 
ments larger  than  50  milliseconds.  However, 
identification  of  one  second  increment  could  be 
instrumented  without  affecting  the  navigation 
accuracy.    Increments  of  time  not  resolved  by 
Loran-C  can  easily  be  resolved  by  WWV. 


Loran-C  pulses  are  broadcast  in  groups  of 
eight  with  a  group^  repetition  rate  (GRR)  of 
twenty  per  second  .    The  first  pulse  in  one  of 
these  group  of  eight  occurs  exactly  on  the  second 
at  the  master  transmitter.    Figure  6  shows  some 
of  these  pulse  groups  and  their  relation  to  the 
pulse  transmitted  by  WWV  for  a  hypothetical  site. 

WWV  must  be  used  to  set  the  correct  time 
into  the  clock  down  to  50  milliseconds.    It  may 
be  used  below  this,  but  is  not  necessary.  Loran- 
C  is  now  used  to  set  the  clock  correct  to  the 
nearest  microsecond.    In  order  to  demonstrate 
the  technique  used,  the  following  example  is 
given: 

Assume,  first,  a  location  1000  miles  from 
a  slave  transmitter  with  an  all  sea  water 
propagation  path;  and  second,  a  Loran-C 
receiver  with  an  instrumentation  delay  of 
25  microseconds. 

This  information  is  now  used  to  calculate  the 
total  delay  from  the  master  transmitter  to  the 
GRR  output  of  the  receiver. 


1 

Based  on  the  East  Coast  Chain.  Fractional 
repetition  rates  can  be  handled  by  modified  in- 
strumentation techniques. 


Propagation  time-master  to  slave: 

2711.  8  |j.sec 

Slave  coding  delay:  12000.  0  usee 

Propagation  time- 1000  mi  of  sea  water: 

5373. 1  usee 

Receiver  delay:  25.  0  jxsec 


Total  delay:        20  109.  9  usee 

Figure  6  shows  the  manner  in  which  these  delays 
are  related. 

At  any  time  after  the  second,  the  first  six 
counters  will  have  advanced  some  number  of 
microseconds.    This  number  may  be  read  out 
and  displayed  by  commanding  the  readout  storage 
register.    When  this  read  command  is  derived 
from  the  Loran-C  receiver  as  shown  in  Figure  6, 
the  number  of  microseconds  will  be  20110.  This 
is  the  sum  of  all  propagation  and  instrumentation 
delays  from  the  master  transmitter  to  the  receiver 
output. 

If  the  readout  register  does  not  display  this 
number  of  microseconds,  that  is,  if  the  second 
pulse  in  the  clock  does  not  coincide  with  the 
second  pulse  at  the  master  transmitter,  then  the 
counters  are  adjusted  until  this  number  is  dis- 
played.   Once  the  microsecond  counters  have 
been  set  and  the  counters  from  seconds  to  days 
have  been  set    using  WWV,  no  further  adjust- 
ments need  be  made.    Since  the  oscillator  is 
phase-locked  to  the  one  at  the  master  transmitter , 
any  tendency  to  drift  is  immediately  corrected. 

This  completes  the  discussion  of  the  clock 
and  the  methods  for  microsecond  synchronization. 
Since  microsecond  time  alone  is  not  sufficient 
for  this  application,  serial  time  codes  are  gener- 
ated for  recorders.    The  generation  and  dis- 
tribution of  these  codes  will  now  be  discussed. 

II.  DISTRIBUTION  OF  MICROSECOND  TIME 

Generation  and  Distribution  of  Time  Codes 

Most  timing  distribution  systems  in  current 
usage  generate  all  required  codes  at  a  central 
location  then  distribute  each  code  separately  to 
the  user.    Therefore,  a  terminal  site  may  have 
several  channels  carrying  time  information  to  it. 
In  the  system  to  be  described,  the  single  channel 
is  an  integral  portion  of  the  time  code  generator. 
That  is,  the  code  is  not  generated  on  time  until 
the  required  information  reaches  the  terminal 
site.    The  system  can  be  described  in  three 
sections: 

(1)  The  encoder,  which  receives  time  in- 
formation from  the  clock  and  supplies 
code  information  to  the  link, 

(2)  The  link,  a  UHF  transmitter  and  re- 
ceiver, and 
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(3)   the  decoder,  which  takes  the  coded 
information  from  the  link  and  generates  the 
necessary  time  codes. 

The  Encoder 

The  encoder  takes  time  information  from 
the  clock  in  decimal  form  and  encodes  it  in  such 
a  manner  that  all  the  information  can  be  trans- 
mitted on  a  single  channel.    The  information 
which  is  included  in  the  prototype  system  includes 
four  proposed  time  codes  for  the  Inter-Range 
Instrumentation  Group  (IRIG)  combination  code, 
five  time  codes  for  the  Atlantic  Missile  Range 
(AMR),  and  one  countdown,  or  "T"-time,  code. 
The  IRIG  codes  include  both  binary-coded-deci- 
mal (BCD)  and  straight,  or  pure,  binary  (SB). 
The  AMR  codes  are  coded  binary  (CB). 

The  encoder  may  be  further  divided  into 
several  subsections.    These  are  the  time  gener- 
ator, the  rate  generator,  the  code  generators, 
and  the  code  multiplexer. 

The  Time  Generator.    The  time  generator 
receives  10-line  decimal  time  from  the  clock 
and  produces  three  binary  time  format  outputs. 
Ten  decimal-to-BCD  conversion  matrices  pro- 
duce the  BCD  output  in  a  4-line  format  from 
tenth  of  seconds  to  hundreds  of  days.    The  coded 
binary  time  is  produced  by  three  registers  of 
bistable  multivibrators.    The  first  register 
counts  seconds  up  to  59  when  it  is  reset  by  a 
pulse  from  the  clock.    This  register  produces  a 
6-line  output  for  seconds.    A  second  register 
counts  minutes  up  to  59  when  it  is  reset  by  a 
pulse  from  the  clock.    Again  a  6-line  output  is 
generated  for  minutes.    Finally,  a  register 
counts  hours  up  to  23  when  a  clock  pulse  resets 
it.    A  5 -line  output  is  generated.    In  order  to 
generate  the  time  of  day  in  straight  binary 
seconds,  a  register  of  17  bistable  multivibrators 
are  used^.    This  register  counts  seconds  from 
the  clock  and  is  reset  once  a  day  by  a  pulse  from 
the  clock. 


Rate  Derivation  and  Format.    In  order  to  send 
10  time  codes  over  a  single -channel  information 
link,  some  method  of  multiplexing  the  code 
information  is  required.    Such  a  scheme,  em- 
ploying time-division  multiplexing,  is  shown  in 
Figure  7. 

Because  the  fastest  code  rate  to  be  trans- 
mitted is  1000  pps,  this  rate  was  selected  as  a 
basic  rate  for  the  system.    The  information  to 
be  transmitted  is  always  contained  within  a  1000 
microsecond  sync  interval.    In  order  to  position 
the  information  properly  in  the  interval,  the 
encoder  must  sample  the  time  one  millisecond 
early,  then  delay  the  information  to  the  proper 
_ 

This  SB  register  is  not  included  in  the  proto- 
type equipment  but  the  CB  registers  may  be 
rewired  to  provide  SB  time. 


position  in  the  sync  interval.    The  receiver  then 
selects  the  information  from  the  sync  interval 
and  uses  the  following  1000  pps  sync  pulse  to 
generate  the  time  codes.    An  additional  30 
microseconds  of  time  advance  are  introduced  so 
that  the  propagation  time  may  automatically  be 
corrected  within  six  miles  of  the  transmitter. 

The  codes  and  rates  which  are  derived  are: 


IRIG  Codes         AMR  Codes  Rates 

1  ppm                   1  ppm  1  ppm 

1  pps  1  pps 

2  pps  2  pps 

20  pps  20  pps 

100  pps                 100  pps  100  pps 

500  pps  500  pps 

1000  pps  1000  pps 


A  total  of  nine  code  formats  at  seven  rates  re- 
sult.   An  additional  rate  of  20  kpps  is  derived 
and  is  used  to  correctly  position  the  pulses  in  the 
sync  interval.    The  technique  used  to  derive  these 
rates  is  shown  in  Figure  8.    A  100  kpps  rate  is 
gated  to  derive  a  20  kpps  rate  which  is  30  micro- 
seconds early.    This  rate  is  then  gated  down  to 
1000  pps,  also  30  microseconds  early.    All  rates 
following  are  derived  from  the  1000  pps  gate  1030 
microseconds  early. 

Code  Generators.    The  code  generators  must 
use  the  desired  rates  to  generate  a  signal  which 
is  multiplexed  into  the  sync  interval.  Two 
methods  are  available  to  perform  this  generation, 
one  conventional  and  one  not  so  conventional. 


The  conventional  method  uses  two  parallel 
registers  and  produces  a  serial  output.  One 
register  counts  time  and  is  transferred  into  the 
second,  which  is  a  shift  register.    The  informa- 
tion is  shifted  out  of  the  register  and  generates 
a  time  code  at  the  output.    In  the  second,  and  un- 
conventional method    which  is  used  in  this  en- 
coder, prior  knowledge  is  used  to  sample  time 
information  stored  in  a  register.    Figures  9  and 
10  demonstrate  the  required  information  and  how 
it  is  used. 

In  order  to  determine  the  proper  place  in  the 
sync  format  at  which  a  particular  point  in  the 
time  register  must  be  sampled,  the  time  code 
must  be  inspected.    Figure  9  shows  the  first 
portion  of  a  proposed  IRIG  100  pps  code.  Because 
the  time  code  is  desired  at  the  correct  time  at 
the  terminal  equipment,  advance  sampling  of  1030 
microseconds  is  used  at  the  transmitter. 

For  example,  in  order  for  the  10  second  bit 
to  occur  at  the  terminal  equipment  exactly  on 
index  count  number  six,  the  10  second  BCD  out- 
put must  be  sampled  during  the  index  interval  be- 
ginning on  count  five.    Since,  for  this  code,  index 
count  five  always  corresponds  to  a  time  50  milli- 
seconds after  the  second,  outputs  from  the  beam- 
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switching  tubes  in  the  divider  are  used  to  select 
this  interval  for  sampling.    Figure  10  shows  the 
logical  "and"  gate  used  to  sample  this  time 
while  Figure  11  shows  a  timing  diagram  of  the 
sampling  operation.    In  order  to  avoid  ambiguity 
between  50  milliseconds  and  150  or  250  milli- 
seconds, the  zero  output  from  the  tenth  second 
counter  (marked  as  000  milliseconds)  is  used 
along  with  the  number  five  output  of  the  ten  milli- 
second counter  (marked  as  50  milliseconds). 
This  sampling  technique  is  used  for  each  infor- 
mation bit  in  this  code. 

This  method  will  obviously  only  generate  a 
"one"  for  the  time  bits.    Some  simple  method 
must  be  devised  to  generate  "zeros"  for  the  time 
bits  and  for  all  other  index  counts  except  the 
reference  marks  as  well  as  to  generate  the 
reference  marks.    Figure  10  also  shows  the 
method  used  to  generate  a  "zero"  unless  a  "one" 
or  a  "mark"  is  to  be  generated.    The  rate,  in 
this  case  100  pps,  is  used  to  set  a  bistable  multi- 
vibrator whose  output  feeds  a  3-input  and  gate. 
This  bistable  multivibrator  is  reset  after  two 
milliseconds.    The  other  two  gate  inputs  are  in- 
hibited by  other  bistable  multivibrators,  one  for 
the  "one"  code  and  one  for  the  "mark".  If 
neither  bistable  multivibrator  is  set  by  a  "one" 
or  a  "mark"  pulse,  then  the  output  of  the  "zero" 
bistable  multivibrator  appears  at  the  code  output. 
If  either  the  "one"  or  "mark"  bistable  multi- 
vibrator is  set,  the  "zero"  output  is  inhibited. 
The  "one"  and  "mark"  are  mutually  exclusive  as 
is  seen  from  the  code  format. 

The  reset  pulses  for  the  bistable  multi- 
vibrators are  derived  from  the  clock  divider. 
The  "mark"  set  pulses  are  derived  in  the  same 
manner  as  the  "one"  pulses,  except  a  3-input 
and  gate  is  used-*. 

Code  Multiplexer.    The  code  multiplexer 
takes  the  information  from  the  nine  code 
generators  (four  IRIG,  five  AMR)  and  multiplexes 
it  onto  a  single  channel  for  broadcast  over  the 
UHF  link.    Figure  12  shows  a  portion  of  the 
multiplexer  which  demonstrates  how  this  is 
accomplished. 

The  1000  pps  rate,  which  synchronizes  the 
receiver,  is  fed  directly  to  the  code  multiplexer 
output.    The  inputs  from  the  code  generators 
must  each  be  delayed  to  its  unique  position  in  the 
sync  interval.    The  information  which  is  actually 
broadcast  consists  of  set  and  reset  pulses.  This 
information  is  derived  from  the  rate  and  length 
of  the  code  generator  output  pulse.    Since  all 
codes  of  the  same  rate,  regardless  of  format, 
turn  on  at  the  same  time,  each  rate  is  delayed  to 
its  correct  position  in  the  sync  interval  and 
transmitted.    The  20  kpps  rate  is  used  as  a 
reference  to  correctly  position  the  pulse  exactly 
on  a  50  microsecond  mark  in  the  interval.  This 
is  demonstrated  for  the  100  pps  rate  in  Figure  12. 


Special  techniques  are  used  on  the  500  and 
1000  pps  codes. 


In  order  to  generate  the  reset  pulse  for  the  code, 
the  output  of  the  code  generator  is  differentiated 
to  initiate  its  delay.    Again,  the  20  kpps  rate  is 
used  to  re-establish  the  system  accuracy.  This 
procedure  is  repeated  for  each  rate  and  code. 

It  should  be  noted  that  the  relative  position 
of  the  pulses  within  the  sync  interval  is  inmateri- 
al.    Because  of  the  system  logic  the  set  pulse 
will  always  occur  in  an  interval  which  precedes 
the  reset  pulse.    However,  because  of  some 
symplifications  made  in  the  demodulator,  the  100 
pps  reset  pulses  should  appear  as  shown  in 
Figure  7.     This  will  be  discussed  shortly. 

The  Information  Link 

The  link  must  transmit  the  information  from 
the  output  of  the  encoder  to  the  input  of  the 
decoder.    A  UHF  distribution  system  is  employed 
in  the  prototype  system.    This  includes  a  single 
transmitter  at  a  central  location  and  a  receiver 
at  each  recording  site. 


The  Transmitter.    The  transmitter  which  is 
used  in  this  system  is  a  simple  pulsed  cavity 
oscillator.    A  blocking  oscillator  is  used  to  pulse 
the  cavity  which  operates  at  a  frequency  of  1.  75 
Gc  .    A  coaxial  transmitting  antenna  is  mounted 
at  a  height  above  nearby  obstacles. 


The  Receiver.    The  receiving  antenna  is  a 
dipole  mounted  in  a  corner  reflector  or  horn. 
The  antenna  feeds  a  crystal  mixer.    The  local 
oscillator  is  another  cavity  oscillator  which 
operates  continously.    A  60  Mc  IF  strip  provides 
the  required  gain.    The  detected  output  from  the 
IF  strip  is  fed  directly  to  the  input  of  the  decoder. 

Using  this  relatively  simple  system,  signals 
were  received  at  a  range  of  40  miles  with  a  signal- 
to-noise  ratio  of  20  db. 

The  Decoder 

The  decoder  must  take  the  output  from  the 
receiver,  separate  the  sync  pulses,  examine  the 
sync  interval  for  information,  and  generate  the 
time  codes.    Two  units  are  used  to  perform  these 
functions,  a  sync  interval  demodulator,  which 
separates  the  sync  pulses  from  the  rest  of  the 
information  and  generates  a  ramp  output,  and  a 
time  code  demodulator,  which  uses  the  ramp  and 
sync  pulses  to  examine  the  sync  interval  for  in- 
formation to  generate  a  time  code  and  rate  output. 

The  Sync  Interval  Demodulator.    The  sync 
interval  demodulator  is  required  at  every  site 
in  order  to  separate  the  1000  pps  sync  pulses 
and  to  generate  the  ramp  which  is  required 


Gc  =  Gigacycles  =  10'  cps. 
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for  the  code  demodulator. 

The  broadcast  code  format  is  such  that  the 
last  100  microseconds  of  the  sync  interval  are 
always  vacant  and  alternate  sync  intervals  are 
usually  vacant  (Figures  7  and  14).    These  empty 
spaces  are  used  to  simplify  the  synchronization 
of  the  demodulator.     The  manner  in  which  the 
sync  demodulator  operates  is  shown  in  Figures 
13  and  14.    The  first  pulse,  no  matter  when  it 
occurs,  passes  through  an  "and"  gate  and  trig- 
gers a  bootstrap  ramp  generator.    The  bootstrap 
inhibits  the  gate  for  the  length  of  the  ramp,  900 
microseconds.    After  the  bootstrap  has  removed 
the  gate  inhibition,  the  next  pulse  is  allowed 
through  to  repeat  the  cycle.    If  the  first  pulse 
occured  in  the  middle  of  some  particular  sync 
interval,  then  the  ramp  will  turn  off  in  the  middle 
of  the  following  interval,  which  will  probably  be 
empty.    Figure  14  shows  how  the  unsynchronized 
ramp  would  be  synchronized  by  the  IF  output 
using  the  sync  pulses  and  empty  intervals. 

The  outputs  which  are  produced  by  the  sync 
interval  demodulator  are:    First,  the  ramp, 
which  is  used  to  generate  the  delays  required 
for  the  code  demodulator;  second,  the  sync 
pulses,  which  are  used  to  synchronize  the  vari- 
ous time  codes  within  a  microsecond;  third,  a 
clamp  output,  which  is  used  to  discharge  capac- 
itors for  high  speed  operation;  and  fourth,  a 
test  pulse,  which  would  be  used  as  an  aid  for 
tests  and  alignment.    This  test  pulse  is  derived 
in  exactly  the  same  manner  as  the  rate,  or 
synchronized  set,  pulses  in  the  code  demodulator 
and  is  usually  adjusted  for  a  one  pps  output. 

Time  Code  and  Rate  Demodulator.    The  code 
demodulator  must  take  the  outputs  from  the  sync 
demodulator  and  use  them,  along  with  the  IF 
output,  to  generate  the  desired  time  code.  One 
such  demodulator  is  required  for  each  code  out- 
put desired.    Figures  15  and  16  describe  the 
operation  of  a  typical  demodulator  . 

The  ramp  output  from  the  sync  demodulator 
is  used  with  a  delay  pickoff  to  select  a  portion 
of  the  sync  interval  to  be  examined.    The  portion 
of  the  interval  which  is  examined  is  different  for 
each  code.    Because  of  the  manner  in  which  the 
codes  are  generated  in  the  encoder,  the  set  pulse 
will  occur  in  an  interval  which  is  several  milli- 
seconds ahead  of  the  interval  containing  the  reset 
pulse.    Therefore,  the  relative  position  of  the 
set  and  reset  pulses  in  the  sync  interval  is 
arbitrary.    When  a  set  pulse  occurs  in  the  in- 
terval at  the  point  where  the  delay  pickoff  is 
sampling,  a  gate  is  opened  which  allows  the 
next  sync  pulse  to  set  a  bistable  multivibrator. 
This  is  the  bistable  multivibrator  which  produces 
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All  the  demodulators  are  identical  except  for 
the  500  and  1000  pps  codes. 


the  code  output.    This  synchronized  pulse  occurs 
at  the  code  rate,  correct  in  time,  and  is  brought 
out  separately  as  a  repetition  rate.    When  the 
reset  pulse  occurs  in  the  interval  and  is  recog- 
nized by  the  delay  pickoff,  it  is  used  directly  to 
reset  the  output  bistable  multivibrator.  This 
means  that  the  reset  pulse  is  not  synchronized 
with  the  1000  pps  sync  rate.    The  effect  of  this 
operation  on  the  code  output  is  negligible.  The 
difference  between  a  pulse  2000  microseconds 
wide  and  one  Z050  microseconds  wide  is  barely 
discernable  at  a  100  pps  rate  and  is  even  less  so 
at  the  slower  code  rates.    Since  the  percentage 
error  is  potentially  greatest  on  the  100  pps  code, 
these  reset  pulses  are  spaced  closest  to  the 
front  of  the  interval. 

The  instrumentation  used  for  the  500  and 
1000  pps  codes  is  different  partially  because  of 
format  and  partially  because  of  speed.    The  500 
pps  (AMR)  code  is  a  presence-absence  code 
which  is  sent  for  only  3  8  milliseconds  each 
second.    The  1000  pps  (IRIG)  code  occurs  at  the 
same  speed  as  the  sync  pulses.    Instead  of  using 
separate  set  and  reset  pulses  for  these  codes,  a 
single  pulse  technique  is  used  along  with  mono- 
stable  multivibrators.    Approximately  the  same 
technique  is  used  in  the  1000  pps  demodulator  as 
is  used  in  the  code  generators  to  produce  a  "zero" 
output  unless  instructed  otherwise.  This 
eliminates  the  need  of  sending  1000  pps  code  in- 
formation in  every  interval. 

Closing  Comments 

While  this  system  is  designed  primarily  for 
missile  range  timing,  there  are  many  other  appli- 
cations where  timing  to  the  indicated  accuracy 
is  desired.    Some  examples  of  these  applications 
are: 

(1)  The  positioning  of  high  altitude  aircraft 
by  means  of  a  UHF  pulse  broadcast  from 
the  aircraft  and  received  at  several  lo- 
cations against  a  common  time  base, 

(2)  the  location  of  thunderstorms  by  pre- 
cisely fixing  lightning  discharges, 

(3)  the  accurate  position  fixing  of  nuclear 
detonations  by  similar  techniques,  and 

(4)  the  precise  measurement  of  time 
variations  on  high  frequency  transmissions 
such  as  WWV  as  an  aid  to  better  under- 
standing of  propagation  phenomena. 

The  distribution  of  accurate  time  in  large 
metropolitan  areas  can  be  accomplished  by  use 
of  the  system  described,  but  using  a  television 
station  for  the  link.    In  this  manner,  one 
centrally  located  clock  could  supply  microsecond 
time  to  an  entire  metropolitan  area  such  as  Los 
Angeles. 

During  the  summer  of  I960,  the  system  was 
completed  by  the  National  Bureau  of  Standards, 
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Boulder  Laboratories,  Central  Radio  Propa- 
gation Laboratory,  Navigation  Systems  Section. 
Except  for  the  be  am- switching  tubes  in  the 
divider,  the  UHF  transmitter  and  receiver,  and 
portions  of  the  Loran-C  receivers,  solid  state 
circuitry  is  used  throughout. 
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DMV 

Tusec 

S 

DT 

Monostable  Multivibrator 
(one-shot  or  delay  multivibrator) 

S  =  set  input 

G  =  gate  output 

DT  =  delayed  trigger  output 

t   =  duration  of  delay 
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Fig.  3.  Typical  divider  decade. 
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Fig.  4.  Readout  logic  diagram. 


275-11 


LORAN-C 
LOSS  OF  SYNC 


CLUTCH 


<*>i 


T  5 


-*  100  Kc/s  TO  RECEIVER 


500  Kc/s 
OSCILLATOR 


INTEGRAL 
CONTROL 


PPS 

TO  CLOCK  DIVIDER 


Fig.  5.  Frequency  control. 
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Fig.  6.  Example  of  the  time  relationship  for  WWV  and  Loran-C  pulses. 
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Fig.  9.  Example  of  a  100-pps  time  code. 
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Fig.  10.  Example  of  a  100-pps  time  code  generator. 


Errata  to  Widely  Separated  Clocks  With  Microsecond  Synchronization 
and  Independent  Distribution  Systems. 


ct'tput^rom^F  No.  1  should  come  from  "1"  instead  of  "0". 
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Fig.  11.  Code  generator  timing  diagram. 
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Fig.  12.  Code  multiplexer. 
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Fig.  13.  Synchronization  interval  demodulator. 
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Fig.  14.  Demodulator  synchronization. 
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Fig.  15.   Time  code  demodulator. 
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Fig.  16.  Demodulator  timing  diagram 
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Timing  Potentials  of  Loran-C* 

R.  H.  DOHERTYf ,  senior  member,  ire,  G.  HEFLEYf,  and  R.  F.  LINFIELDf,  senior  member,  ire 


Summary — The  Loran-C  navigation  system  is  capable  of  syn- 
chronizing and  setting  clocks  to  a  relative  accuracy  of  better  than 
1  jusec  throughout  the  system's  service  area.  A  Loran-C  receiver 
functions  as  a  slaved  oscillator  and  a  trigger  generator.  The  gen- 
erated triggers  bear  a  time  relationship  to  the  triggers  at  the  master 
transmitter,  which  is  known  to  within  a  microsecond.  Clocks  op- 
erating from  these  sources  are  compared  with  clocks  operating  from 
independent  free-running  oscillators. 

A  fundamental  relationship  between  time  and  position  is  con- 
sidered. Loran-C  as  a  navigation  and  timing  system  can  provide  both 
position  and  time  simultaneously.  The  East  Coast  Loran-C  chain  will 
be  time  synchronized.  The  national  frequency  standards  and  uni- 
form time  source  located  at  Boulder  will  be  used  to  monitor  these 
signals.  Time  synchronization  and  time  distribution  have  been 
demonstrated  on  the  Atlantic  Missile  Range.  Inter-range  time  syn- 
chronization and  precise  time  for  large  areas  of  the  world  could  be 
provided  in  the  future. 

Appendix  I  describes  briefly  the  results  of  ground  wave  measure- 
ments made  on  the  Loran-C  (Cytac)  system.  Appendix  II  describes 
the  results  of  sky  wave  measurements  made  with  the  system. 


*  Received  by  the  IRE,  June  30,  1960;  revised  manuscript  re- 
ceived, August  28,  1961. 

t  Radio  Systems  Division,  National  Bureau  of  Standards, 
Boulder,  Colo. 


I.  Introduction 

IN  the  majority  of  timing  applications  a  problem 
exists  in  setting  two  or  more  clocks  to  agree  with 
one  another.  The  greater  the  requirement  for  pre- 
cise agreement  between  these  clocks,  the  more  difficult 
the  problem  becomes  and,  if  the  clocks  are  in  widely 
separated  locations,  the  difficulty  is  further  increased. 
The  reading  of  a  single  clock  is  meaningful  only  as  it 
relates  to  its  own  frame  of  reference.  For  example,  a 
clock  may  gain  or  lose  with  respect  to  the  periodicity  of 
the  earth  as  it  revolves  about  its  own  axis  or  about  the 
sun. 

Accurate  astronomical  time  depends  on  long-term 
observations,  but  is  ultimately  limited  by  unpredict- 
able variations  in  the  earth's  rotation.  Furthermore, 
any  astronomical  time  can  be  determined  only  to  an  ac- 
curacy of  several  milliseconds  for  a  single  set  of  ob- 
servations. The  initial  settings  of  individual  clocks  may, 
therefore,  differ  by  amounts  of  the  order  of  millisec- 
onds. These  differences  combined  with  the  gains  or 
losses  of  individual  clocks  are  of  such  magnitude  that 
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independent ly  operating  clocks  or  clocks  synchronized 
by  existing  radio  liming  signals  arc  unable  lo  make 
measurements  more  precise  than  a  millisecond  at  cl i i — 
fereni  locations. 

When  ii  is  necessary  lo  measure  lime  at  two  or  more 
locations  to  an  accuracy  ol  1  /usee  or  better,  such  meas- 
urements must  all  he  made  within  the  same  frame  of 
reference,  thai  is  within  a  single  clock  system.  The 
term  "clock  system"  as  used  in  this  paper  means  a 
master  clock  at  a  convenient  central  location  and  other 
clocks  a;  widely  separated  locations  which  are  slaved  to 
the  master  in  such  a  way  that  each  will  track  the  mas- 
ter. Such  a  clock  system  must  also  provide  lor  a  means 
to  synchronize  or  set  each  slave  clock  to  agree  accurately 
w  ith  the  master  clock.  A  number  of  Loran-C  clocks  will 
function  as  such  a  clock  system  with  initial  setting  or 
synchronizing  accuracies  of  1  jusec  or  better  using 
ground  wave  reception.  Accuracies  of  10  /usee  or  better 
should  be  obtainable  using  sky  wave  reception.  Other 
methods  may  be  used  10  set  remote  clocks,  such  as  fly- 
ing atomic  standards  from  place  to  place,  but  they  do 
not  offer  the  convenience  or  reliability  of  Loran-C.1 

The  National  Bureau  of  Standards  at  Boulder,  Colo., 
maintains  the  nation's  primary  frequency  standard.  A 
tail  safe  clock  operating  from  this  standard  would  pro- 
vide an  extremely  uniform  time  source  that  could  be 
related  in  retrospect  to  any  astronomical  time  meas- 
urements. This  uniform  time  source  is  the  proposed 
means  for  monitoring  the  aforementioned  master  clock. 

II.  Loran-C  Operation  and  Its 
Timing  Application 

Loran-C'2  is  a  pulse  navigation  system  operating  on  a 
basic  frequency  of  100  kc  and  normally  consisting  of  a 
master  station  and  two  or  more  slave  stations.  Several 
Loran-C  chains  are  operational  or  under  construction. 
The  presently  operating  U.  S.  East  Coast  Loran-C 
chain,  and  the  previously  operated  Cytac  (later  named 
Loran-C)  chain  are  shown  in  Fig.  1.  The  master  station 
is  located  at  Cape  Fear,  N.  C,  and  the  two  slave  sta- 
tions at  Martha's  Vineyard,  Mass.,  and  Jupiter  Inlet, 
Fla.  The  area  over  which  a  ground  wave  could  be  re- 
ceived lor  timing  purposes  would  extend  approximately 
3000  km  seaward  or  2000  km  landward  from  any  one 
transmitter. 

The  Loran-C  system .  utilizes  synchronous  detection 
techniques  for  measuring  phase,  and  methods  for  deter- 
mining a  fixed  sampling  point  early  on  the  pulse,  inde- 
pendent of  pulse  amplitude.  By  this  means  the  ground 
wave  is  completely  resolved  from  the  sky  waves.  See 
Fig.  2.  To  a  first  approximation  the  ground  wave  trans- 
mission time  is  proportional  to  distance.  Secondary 
corrections,  however,  usually  have  a  magnitude  in  the 
range  of  1  to  10  ^sec.  These  corrections  are  determined 

1  F.  II.  Reder,  M.  R.  Winkler  and  C.  Vickart,  "Results  of  a  long 
raiy^'t  clock  synchronization  experiment,"  Pkoc.  IRE,  vol.  49,  pp. 
I02S-1042;  June,  1961. 

-  \V.  P.  Frantz,  \V.  Dean  and  R.  L.  Frank,  "A  precision  multi- 
purpose radio  navigation  system,"  1957  IRE  National  Convention 
R^cgkd,  pt.  S,  pp.  79-97. 


Fig.  1 — l.oran-C  and  Cytac  locations. 


Fig.  2 — Ground  wave  resolution  with  I.oran-C. 

largely  by  the  conductivity  of  the  path  and  to  a  much 
smaller  extent  by  the  dielectric  constant  and  the  index 
of  atmospheric  refraction.3'4  Both  the  conductivity  and 
the  dielectric  constant  of  sea  water  are  accurately 
known.  Consequently,  the  transmission  time  over  sea 
water  can  be  computed  accurately.  Transmission  times 
over  paths  involving  land  cannot  be  as  accurately  cal- 
culated since  the  conductivity  of  land  is  not  well  known. 
However,  by  correlating  time  difference  measurements'' 

3  J.  R.  Johler,  W.  J.  Kellar  and  L.  C.  Walters,  "Phase  of  the 
Low  Radiofrcqucncy  Ground  Wave,"  Natl.  Bureau  of  Standards, 
Boulder,  Colo.,  NBS  Circular  No.  573;  June,  1956. 

4  K.  A.  Norton,  "The  propagation  of  radio  waves  over  the  surface 
of  the  earth  and  in  the  upper  atmosphere,"  Pkoc.  [RE,  vol.  25,  pp. 
1203-1236;  September,  1937. 

6  All  time  difference  measurements  aredetermined  by  phase  differ- 
ences at  100  kc. 


283-1660 


with  generalized  assumptions  of  ground  conductivity, 
individual  path  conductivities  may  be  deduced.  For  ex- 
ample, it  has  been  demonstrated  that  the  best  single 
value  of  conductivity  which  can  be  assigned  to  the 
eastern  half  of  the  U.  S.  is  0.005  mho/meter.  The  aver- 
age error  between  time  differences  computed  using  this 
conductivity  and  those  measured  in  a  test  program  (see 
Appendix  I)  was  approximately  0.8  (Usee.  The  algebraic 
average  was  nearly  zero  and  the  maximum  error  among 
all  sites  was  2.5  ^sec.  The  largest  errors  were  associated 
with  sites  located  in  mountainous  terrain.  Until  better 
prediction  methods  are  developed  it  must  be  assumed 
that  systematic  errors  of  the  order  of  1  usee  may  exist 
for  land  and  mixed  paths  unless  the  transmission  time 
has  been  measured  by  the  use  of  two  transmitters,  such 
as  is  done  over  the  Loran-C  baselines. 

The  East  Coast  Loran-C  chain  operates  on  a  basic 
repetition  rate  of  twenty  pulse  groups  per  second.6  A 
pulse  group  consists  of  eight  phase  coded  pulses  with  a 
uniform  spacing  of  1  msec.  The  Loran-C  system,  as 
presently  operated,  does  not  resolve  time  increments 
larger  than  the  repetition  period  or  50  msec.  Larger  in- 
crements could  be  resolved  without  interference  to  the 
system,  but  at  this  time  there  appears  to  be  no  pressing 
requirement  for  such  a  change.  The  50-msec  interval 
between  pulse  groups  can  be  resolved  conveniently  by 
the  WWV  seconds'  pulses.  In  order  to  use  WWV  and 
Loran-C  in  such  a  manner  the  two  transmitting  sys- 
tems must  be  synchronized,  as  they  would  be  since 
WWV  is  transmitting  uniform  time.7  See  Fig.  3. 

The  Loran-C  navigation  system  operating  on  a  basic 
frequency  of  100  kc  performs  the  vitally  important 
function  of  slaving  all  oscillators  in  the  system  to  the 
oscillator  at  the  master  transmitter.  By  virtue  of  the 
technique  of  slaving  a  number  of  relatively  cheap  oscil- 
lators to  a  master  oscillator,  all  clocks  operated  from 
such  oscillators  will,  by  definition,  have  an  average 
drift  rate  of  zero.  The  instantaneous  deviation  of  any 
one  clock  from  the  average  is  primarily  determined  by 
the  factors  listed  below: 

1)  Signal-to-noise  ratio. 

2)  Relative  and  absolute  quality  of  slave  and  master 
oscillators. 

3)  Integration  time. 

4)  Tightness  of  coupling  of  the  slave  oscillator. 

The  positioning  system  requires  a  means  for  select- 
ing a  given  cycle  and  a  point  on  that  cycle.  It  is  obvi- 
ous that  this  criteria  for  the  positioning  system  satis- 
fies the  requirements  for  synchronizing  a  timing  sys- 
tem. The  instrumentation  being  utilized  in  the  naviga- 
tion system  has  a  resolution  of  a  few  hundredths  of 


6  Fractional  Loran  rates  can  also  be  used  for  the  operation  of  a 
clock  by  gating  the  received  pulses  and  using  only  those  trans- 
mitted on  the  second  to  set  the  clock. 

7  A.  H.  Morgan,  "Precise  Time  Synchronization  of  Widely  Sep- 
arated Clocks,"  Natl.  Bureau  of  Standards,  Boulder,  Colo.,  NBS 
Tech.  Note  No.  22;  July,  1959. 
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Fig.  3 — Synchronization  of  Loran-C  with  WWV  time  signals. 

1  psec.  The  time  variations  in  propagation  due  to 
changes  in  refractive  index,  conductivity,  etc.  are  sub- 
stantially less  for  all  times  than  the  previously  men- 
tioned prediction  capability.  Standard  deviations  of 
0.2  to  0.3  psec  may  be  expected.  (See  Appendix  I.) 

In  order  to  relate  the  Loran-C  system  to  the  primary 
frequency  standard  it  has  been  proposed  that  an  ex- 
tremely high  quality  secondary  frequency  standard  be 
installed  at  the  Loran-C  master  station,  and  that  the 
master  transmissions  be  monitored  at  Boulder  and  that 
corrections  be  published  periodically. 

Measurements  of  Loran-C  sky  wave  signals  from  the 
East  Coast  made  in  Boulder  in  1955  and  1961  (Appen- 
dix II)  showed  that  the  propagation  time  can  be  deter- 
mined to  an  absolute  accuracy  of  about  1  /usee  with  an 
integration  time  of  less  than  one  minute.  The  standard 
deviation  of  such  measurements  (daytime)  is  less  than 
0.5  usee.  A  better  receiving  antenna  has  made  it  pos- 
sible to  use  the  ground  wave  signal  and  achieve  a  sub- 
stantially better  measurement  of  the  Loran-C  master 
oscillator  frequency. 

III.  Setting  a  Loran-C  Clock 

In  order  to  set  a  slave  clock  to  agree  with  the  master 
clock  it  is  first  necessary  to  determine  the  amount  by 
which  the  apparent  time  at  the  slave  is  slow  with  respect 
to  the  master. 

After  the  signal  has  reached  the  antenna,  additional 
time  is  required  for  it  to  pass  through  the  receiver  and 
produce  a  trigger  suitable  for  starting  or  synchronizing 
the  clock.  This  time  depends  solely  on  the  receiver  de- 
sign. For  timing  purposes  the  Loran-C  receiver  should 
be  designed  in  such  a  way  that  the  transmission  time 
through  it  remains  constant  over  a  wide  range  of  envi- 
ronmental conditions. 

The  apparent  time  at  the  receiver  is  slow  by  the 
amount  of  time  required  for  the  signal  to  propagate 
from  the  master  transmitter  and  through  the  Loran 
system  to  the  receiver,  plus  the  transmission  time 
through  the  receiver  plus  any  additional  systematic  de- 
lays such  as  the  coding  delay  normally  used  in  a  Loran 
system.  This  is  illustrated  by  the  following  example: 
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Given:  1 )  Receiver  2000  km  from  slave  transmitter. 

2)  Sea  water  path. 

3)  Receiver  delay  25.0  /usee. 


Propagation  time  2000  km  sea  water  6,675.3 

Propagation  time  Master  to  Slave  2,711.8 

Slave  coding  delay  12,000.0 

Receiver  delay  25.0 


Total  Delay  21,412.1 


It  is  assumed  that  a  pulse  is  transmitted  from  the 
master  station  precisely  at  each  second.  The  correspond- 
ing pulse  from  the  slave  station  would  produce  a  time 
trigger  at  the  receiver  output  21,412.1  /xsec  later. 
Therefore,  the  clock  at  the  receiver  should  read  0.021412 
second  when  this  time  trigger  is  used  as  a  read  com- 
mand. The  calibration  of  this  clock  to  read  the  correct 
fraction  of  a  second  is  accomplished  by  adding  counts 
to  the  divider  chain,  and  the  clock  will  maintain  the 
same  uniform  time  as  the  master  clock.  A  one  second  or 
one  minute  output  from  the  clock  will  occur  within 
1  jusec  of  the  respective  output  from  any  other  Loran-C 
clock  in  the  system. 

Fig.  4  is  a  front  view  of  the  developmental  model  of  a 
Loran-C  clock.8  The  panel  immediately  above  the  os- 
cilloscope contains  a  15-digit  visual  display  covering 
from  1  /usee  to  1000  days.  When  the  clock  is  given  a 
read  command  this  display  reads  out  the  time  and 
holds  the  reading  until  the  next  read  command  is  re- 
ceived. 

IV.  Slaved  Clocks  vs  Independent  Clocks 

The  comparison  of  Loran-C  clocks  (slaved  clocks) 
with  independent  clocks  running  from  oscillators  of  dif- 
ferent qualities  is  shown  in  Fig.  5.  This  comparison  as- 
sumes that  two  independent  clocks  are  drifting  apart 
at  a  drift  rate  equal  to  the  maximum  rate  indicated. 
The  independent  clocks  must  be  initially  synchronized 
and  must  run  continuously  without  interruption.  The 
Loran-C  clocks  may  be  interrupted  and  resynchronized 
at  random  without  affecting  the  accuracy. 

If  a  clock  operating  from  the  slaved  oscillator  of  a 
Loran-C  receiver  is  correctly  set  and  if  that  clock  and 
receiver  are  moved  a  distance  of  300  meters  toward  the 
Loran-C  transmitter,  the  clock  will  then  be  1  fisec  fast. 
Similarly,  if  the  clock  is  moved  300  meters  in  the  oppo- 
site direction  it  will  be  1  /isec  slow.  In  contrast,  if  the 
same  clock  were  operating  from  an  independent  oscil- 
lator it  would  neither  gain  nor  lose  as  a  result  of  motion. 

If  a  Loran-C  clock  is  used  in  a  moving  vehicle  its 
position  must  always  be  taken  into  account.  In  either 
ships  or  aircraft  the  fixes  available  from  the  Loran-C 
navigation  system  can  provide  the  necessary  informa- 
tion. However,  the  computations  required  to  conver.t 
the  time  difference  readings  to  distance  from  the  trans- 
mitters are  rather  involved  and  may  necessitate  the  use 
of  a  separate  computer.  An  independent  clock  may  be 

8  T.  L.  Davis  and  R.  H.  Doherty,  "Widely  separated  clocks  with 
microsecond  synchronization  and  independent  distribution  systems," 
IRE  Trans,  on  Space  Electronics  and  Telemetry,  vol.  SET-6, 
pp.  138-146;  December,  1960. 
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Fig.  4 — Loran-C  clock. 


ELAPSED  TIME  IN  SECONDS 

Fig.  5 — Comparison  of  slaved  and  independent  clocks. 

more  satisfactory  than  a  slaved  clock  in  a  moving 
vehicle  if  the  clock  does  not  have  to  maintain  the  cor- 
rect time  for  a  long  period.  Even  the  best  clocks  (or 
oscillators)  will  drift  with  respect  to  other  clocks.  In 
cases  where  drifts  of  the  order  of  a  microsecond  are  im- 
portant, the  slaved  clock  is  a  virtual  necessity. 

As  the  accuracy  of  clocks  within  a  timing  system  is 
increased,  the  location  of  each  clock  becomes  corre- 
spondingly more  important.  Fig.  6  illustrates  this  simple 
relationship.  The  timing  precision  of  Loran-C  and 
WWV  are  also  shown  for  an  integration  time  of  ap- 
proximately one  minute.  Much  longer  integration 
times  would  improve  the  accuracies  obtainable  with 
WWV.7 

V.  Missile  Range  Timing 

The  National  Bureau  of  Standards  demonstrated 
Loran-C  timing  potentials  on  the  Atlantic  Missile  Range 
in  October,  1960.  These  tests  were  conducted  using  two 
experimental  Loran-C  clocks  and  a  UHF  timing  dis- 
tribution system.8  The  clocks  were  rather  complex  de- 
vices consisting  of  modified  Loran-C  receivers  and 
counting  and  read-out  circuits.  The  two  clocks  were 
synchronized  on  two  separate  transmitters  and  an  ex- 
ternal read  command  was  used  to  check  any  variation 
662 


CLOCK  ACCURACY   IN  MICROSECONDS 
Fig.  6 — Time-position  accuracy  relationship. 


between  the  clocks.  When  a  large  number  of  equipments 
requiring  time  are  operated  in  close  proximity,  a  single 
clock  can  serve  them  all  by  means  of  an  appropriate 
UHF  timing  distribution  system.8  This  basic  system  of 
time  measurement  and  distribution  could  be  duplicated 
at  any  number  of  locations  within  the  coverage  area  of 
a  Loran-C  chain.  See  Fig.  7. 

Loran-C  ground  wave  coverage  extends  down  range 
as  far  as  Trinidad.  The  various  down-range  sites  to 
that  distance  can  be  provided  with  absolute  timing  ac- 
curacy of  approximately  1  ^sec.  Beyond  Trinidad  and 
down  to  Ascension  Island  the  Loran-C  clocks  must  be 
synchronized  on  sky  waves.  It  is  important  to  note  that 
the  absolute  accuracy  involves  an  allowance  for  system- 
atic propagation  errors  which  cannot  be  measured 
independently  by  any  existing  system  or  method.  The 
repeatability  of  time  measurements  at  any  one  station, 
however,  will  in  general  be  better  than  0.1  /xsec.  In 
some  cases,  repeatability  may  be  at  least  as  important 
as  absolute  accuracy.  For  example,  the  trajectory  of  a 
missile  or  the  position  of  a  satellite9  could  be  deter- 
mined by  transmitting  very  short  pulses  at  UHF  or 
microwave  frequencies  from  the  missile  and  recording 
their  time  of  arrival  at  a  number  of  time  synchronized 
stations.  See  Fig.  8.  Systematic  time  errors  among  the 
observing  stations  would  result  in  a  corresponding  error 
in  the  absolute  position  of  the  trajectory,  but  the 
changes  from  reading  to  reading  would  be  influenced 
only  by  the  stability  of  the  individual  clocks  and  the 
stability  of  the  propagation  medium  between  the  mis- 
sile and  the  ground  stations. 

On  the  basis  of  theory10  and  measurements  (Appen- 
dix II)  there  is  little  doubt  that  Loran-C  clocks  can  be 

9  G.  Hefley,  R.  F.  Linfield  and  R.  H.  Doherty,  "Timing  and 
Space  Navigation  with  an  Existing  Ground  Based  System,"  presented 
at  AGARD  10th  General  Assembly,  Istanbul,  Turkey,  October, 
1960,  Pergamon  Press  Inc.,  New  York,  N.  Y.;  1961. 

lu  J.  R.  Johler  and  L.  C.  Walters,  "On  the  theory  of  reflection  of 
low  and  very-low  radiofrequency  waves  from  the  ionosophere," 
J.  Res.  NBS,  vol.  64D,  pp.  269-285;  May-June,  1960. 


Fig.  7 — UHF  time  distribution  system. 


Fig.  8 — Trajectory  determination  by  precise  timing. 


quite  accurately  synchronized  even  on  second  and/or 
third  hop  sky  waves.  Second  hop  sky  wave  time  differ- 
ences from  the  Cytac  (Loran-C)  transmitters  (Forest- 
port,  N.  Y.,  Cape  Fear,  N.  C,  and  Carrabelle,  Fla.) 
were  measured  at  distances  up  to  5000  km.  Stand- 
ard deviations  of  these  differences  were  less  than  2  /^sec 
day  or  night.  Sunrise  and  sunset  effects  corresponding 
to  18  to  20  km  change  in  ionospheric  height  were  ob- 
served. When  only  the  first  reflected  signal  was  utilized 
these  sunrise  and  sunset  effects  rarely  lasted  more  than 
30  minutes.  The  height  variations  agree  well  with  other 
observations  for  oblique  incidence."  12  At  distances  be- 
yond ground  wave  range  there  is  no  satisfactory  way 
to  accurately  measure  sky  wave  delays.  But  there  is  no 
reason  to  distrust  computed  values  based  on  theoretical 
calculations,  former  observations  and  recent  electron 
density  rocket  information.10"-13  Based  on  this  informa- 
tion, it  should  be  possible  to  establish  time  at  ranges 
from  2000  to  8000  km  at  least  within  10  jusec. 

The  Atlantic  and  Pacific  missile  ranges  can  be  linked 
with  a  common  timing  system  which  will  provide  1  jusec 
accuracy.  The  link  between  the  two  ranges  requires  the 

11  J.  R.  Wait,  "Diurnal  change  of  ionospheric  heights  deduced 
from  phase  velocity  measurements  at  VLF,"  Proc.  IRE  (Corre- 
spondence), vol.  47,  p.  998;  May,  1959. 

12  J.  M.  Watts,  "Oblique  incidence  propagation  at  300  kc  using 
pulse  techniques,"  J.  Geophvs.  Res.,  vol.  57,  pp.  487-498;  December, 
1952. 

13  A.  H.  Waynick,  "The  present  state  of  knowledge  concerning  the 
lower  ionosphere,"  Proc.  IRE,  vol.  45,  pp.  741-749;  June,  1957. 
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installation  of  additional  Loran-C  stations  in  a  gen- 
erally east-west  direction  across  the  Continental  U.  S. 
Possible  locations  for  these  stations  are  shown  in  Fig.  9. 
Such  a  configuration  would  provide  inter-range  syn- 
chronization as  well  as  excellent  navigational  coverage 
over  the  Continental  U.  S. 


Fig.  9 — Possible  transmitter  locations. 


The  inter-range  synchronization  only  could  be  ob- 
tained on  a  very  reliable  basis  by  providing  a  trans- 
mitter in  Illinois  and  another  transmitter  and  sec- 
ondary frequency  standard  near  the  West  Coast.  The 
western  transmitter  would  be  located  within  ground 
wave  range  of  Boulder  and  could  be  steered  by  the  pri- 
mary frequency  standard.  If  a  number  of  Loran-C 
chains  were  synchronized,  one  to  another,  in  order  to 
provide  coverage  over  very  long  ranges,  the  syn- 
chronization accuracy  would  be  degraded  to  some  ex- 
tent. As  far  as  is  known,  synchronization  errors  are  of 
a  random  nature  and  therefore  can  be  expected  to  add 
as  the  root-sum-square.  For  example,  if  the  synchroni- 
zation error  in  each  transmitter  is  0.03  /xsec,  the  ac- 
cumulated error  in  synchronizing  six  stations  would  be 
\/6(0.03)2  or  0.073  usee. 

The  synchronization  accuracy  of  the  present  Loran-C 
system  could  be  improved  by  the  use  of  better  oscillators 
and  longer  integration  times.  It  is  not  obvious,  how- 
ever, how  much  improvement  could  be  achieved  before 
reaching  the  point  of  diminishing  returns. 

The  total  noise  or  synchronization  errors  which  can 
be  expected  in  synchronizing  a  chain  in  the  Hawaiian 
Islands  from  the  U.  S.  should  be  substantially  less  than 
the  prediction  error  in  a  land  or  mixed  path. 

VI.  Additional  Uses  of  Precise  Time 

Some  scientific  and  commercial  uses  of  a  precise  tim- 
ing system  that  may  have  direct  or  indirect  military  ap- 
plications are: 

1)  The  positioning  of  high-altitude  aircraft  from  the 
ground  by  using  the  UHF  pulse  technique. 

2)  The  location  of  thunderstorms  by  precisely  meas- 
uring the  location  of  the  lightning  discharge. 

3)  The  accurate  position-fixing  of  nuclear  detona- 
tions by  a  similar  means. 

4)  A  precise  evaluation  of  the  fluctuations  of  the 
periodicity  of  the  earth's  rotation  and  other  astronom- 
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ical  phenomena  by  relating  observations  made  at  widely 
separated  points. 

5)  The  precise  measurement  of  time  variations  on 
high-frequency  transmissions  such  as  WWV  as  an  aid 
to  better  understanding  of  propagation  phenomena. 

6)  Similar  measurements  on  forward  scatter  com- 
munication links  and  other  types  of  communication 
could  also  be  made. 

7)  The  surveying  of  offshore  islands  and  remote 
areas. 

8)  The  investigation  of  Loran-C  sky  waves  to  give  a 
better  understanding  of  ionospheric  conditions. 

9)  The  precise  time  from  a  single  Loran-C  clock 
could  be  made  economically  feasible  for  a  variety  of 
users  in  industry  and  research  by  the  application  of  a 
VHF  or  UHF  distribution  system.  Relatively  inexpen- 
sive distribution  would  result  if  sufficient  users  were  lo- 
cated within  range  of  the  distribution  system.  Existing 
facilities  such  as  television  transmitters  could  be  uti- 
lized for  this  purpose. 

Appendix  I 
Loran-C  Ground  Wave  Measurements 

The  data  presented  in  this  appendix  have  been  ab- 
stracted from  a  report  concerned  with  the  position  fix- 
ing aspects  of  the  Loran-C  (formerly  Cytac)  system.14 

The  data  were  obtained  primarily  in  the  service  area: 
(see  Fig.  1)  during  1954  and  1955.  The  data  are  pre- 
sented in  the  form  of  time  difference  measurements, 
since  the  position-fixing  information  was  of  prime  con- 
cern. Although  individual  propagation  paths  were  not 
resolved,  these  measurements  were  entirely  consistent 
with  the  individual  round-trip  paths  observed  at  the 
transmitters.  Since  no  appreciable  differences  were 
detected,  the  time  difference  data  in  the  service  area 
were  considered  to  be  representative  of  single  path 
propagation  times.  Data  presented  in  Appendix  II, 
comparing  various  sky  wave  time  modes  with  the 
ground  wave  signal,  are  also  consistent  with  this  as- 
sumption. 

These  time-difference  (TD)  measurements  were 
made  in  two  stages.  An  envelope  measurement  was 
made  automatically  by  subtracting  the  derivative  of 
the  envelope  from  the  envelope  and  detecting  an  axis 
crossing  with  a  servo  loop.  A  cycle  measurement  was 
made  automatically  using  synchronous  detection  tech- 
niques and  a  null  seeking  servo  system.  In  all  cases,  the 
master  signal  was  used  to  control  the  reference  fre- 
quency, and  the  time  differences  (X—  M  and  Y  —  M)  were 
measured  with  respect  to  the  master.  The  difference  be- 
tween the  envelope  TD  readings  and  the  cycle  TD 
readings  was  denoted  as  the  discrepancy.  If  this  dis- 
crepancy did  not  exceed  plus  or  minus  5  /usee,  cycle 
identification  was  assured  by  the  envelope  reading.  A 
typical  plot  of  the  cumulative  distribution  of  this  read- 
ing is  illustrated  in  Fig.  10.  Within  ground  wave  recep- 

14  R.  F.  Linfield,  R.  H.  Doherty,  and  G.  Hefley,  "Evaluation  of  the 
Propagation  Aspects  of  the  Cytac  System,"  private  communication; 
March  18,  1957.  (Originally  classified  confidential.) 
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tion,  the  discrepancy  was  always  well  within  reasonable 
limits. 

The  differences  between  observed  and  predicted  read- 
ings were  either  position  dependent  or  time  dependent. 
The  variations  related  to  the  position  are  thought  to  be 
caused  by  an  incorrect  assumption  of  the  value  of  the 
conductivity.  Fig.  11  shows  a  plot  of  data  from  loca- 
tions where  the  signals  arrived  over  land  path.  It  ap- 
pears that  0.005  mho/meter  is  a  good  average  for  the 
M-X  pair,  but  that  a  higher  value  of  conductivity  from 
the  Y  transmitter  would  better  approximate  the  M-Y 
paths. 

The  mean  of  the  observed  phase  readings  was  com- 
pared to  predicted  phase  readings  calculated  using  an 
assumed  conductivity  of  0.005  mho/meter  for  land 
and  5  mhos/meter  for  sea  water.  Differences  between 
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Percent  of  Time 

Fig.  10 — Cumulative  distribution  of  discrepancy 
readings — Wisconsin. 


the  mean  and  the  calculated  readings  are  listed  in 
Table  I.  Also  shown  are  the  distances  from  the  trans- 
mitters, the  hours  of  observation,  and  the  standard 
deviations  of  the  two  time  differences.  The  hours  of  ob- 
servation were  distributed  randomly,  day  or  night, 
throughout  the  period  of  operation  at  each  location. 
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Fig.  11 — Comparison  of  theoretical  phase  of  secondary  field 
difference  corrections  and  measured  data. 


TABLE  I 

Results  of  Cytac  Monitoring  Program 


Receiver 
Location 

Distance  to  Transmitters 
km 

Total 
Observations 

(hours) 

Days  At  Site 

Mean  (all  Observations) 
Minus  Predicted  (^sec) 

Std.  Deviation  of  the 
Observations 

M 

X 

Y 

M-X 

M-Y 

M-X 

M-Y 

Miss. — 1 

1187 

753 

1704 

800 

341 

+0 

.10 

-0 

.47 

0 

11 

0 

47 

N.  C— 1 

84 

756 

1028 

750 

316 

+0 

.35 

+  1 

.01 

0 

.16 

0 

53 

Ohio 

670 

993 

825 

200 

102 

+0 

48 

-1 

.20 

0 

10 

0 

21 

Texas — 1 

2055 

1312 

2781 

98 

64 

-1 

25 

0 

.15 

Maine 

1322 

2051 

437 

92 

11 

-0 

07  / 

0 

.23 

Tenn 

663 

630 

1214 

58 

5 

-0 

76 

+0 

78 

0 

10 

0 

24 

Missouri 

1339 

1120 

1556 

52 

5 

-0 

04 

-2 

88 

0 

14 

0 

25 

Penn.— 1 

666 

1252 

472 

52 

3 

+1 

30 

-0 

09 

0 

12 

0 

05 

Indiana 

1039 

1294 

839 

51 

5 

+0 

29 

-1 

04 

0 

07 

0 

09 

Wisconsin 

1324 

1430 

1101 

46 

5 

-0 

13 

-1 

33 

0 

11 

0 

13 

Florida 

656 

401 

1717 

34 

7 

-0 

51 

+0 

89 

0 

16 

0 

27 

Kansas 

1939 

1696 

2010 

30 

5 

-0 

60 

-2 

22 

0 

17 

0 

19 

N.  C— 2 

499 

670 

1084 

27 

2 

+0 

54 

+  2 

24 

0 

05 

0 

09 

Iowa 

1573 

1469 

1542 

22 

2 

+0 

28 

-1 

58 

0 

11 

0 

10 

Penn.— 2 

681 

1314 

409 

17 

3 

-0 

15 

-0 

43 

0 

09 

0 

07 

Virginia 

545 

1184 

544 

16 

2 

+  0 

63 

-0 

33 

0 

26 

0 

06 

Georgia — 1 

412 

368 

1408 

16 

3 

+0 

32 

+0 

14 

0 

12 

0 

15 

Georgia — 2 

440 

359 

1371 

14 

2 

-0 

05 

+0 

38 

0 

11 

0 

07 

Florida — 2 

816 

37 

1754 

9 

1 

-0 

01 

+0 

65 

0 

06 

0 

17 

Louisiana 

1414 

780 

2063 

9 

2 

-0 

81 

-1 

59 

0 

05 

0 

23 

Arkansas 

1519 

1015 

1990 

8 

2 

+0 

48 

-1 

37 

0 

04 

0 

22 

Florida — 3 

1118 

655 

2182 

8 

2 

-0 

03 

-0 

03 

0 

08 

0 

12 

Miss.— 2 

1079 

449 

1818 

8 

2 

+  0 

43 

+0 

07 

0 

10 

0 

18 

Florida — 4 

927 

454 

1983 

7 

2 

+0 

02 

+  0 

02 

0 

06 

0 

10 

Texas — 2 

1669 

1133 

2141 

7 

1 

+  0 

80 

-1 

19 

0 

03 

0 

16 
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The  standard  deviation  of  the  mean  minus  the  pre- 
dicted values  listed  in  Table  I  for  the  M-X  pair  is  0.5 
Msec,  the  mean  deviation  is  0.43  jusec  and  the  algebraic 
average  is  +0.06  jusec.  For  the  M-Y  pair  the  standard 
deviation  is  1.17  jusec,  the  mean  deviation  is  0.92  yusec, 
and  the  algebraic  average  is  —0.41  jusec.  The  Milling- 
ton15  method  for  combining  conductivities  was  used  for 
evaluating  predictions  for  13  sites,  but  this  did  not  ap- 
preciably improve  the  standard  deviations.  However, 
the  only  conductivity  values16  that  were  available  were 
measured  at  broadcast  frequencies  and  over  limited 
areas  and  are,  therefore,  not  considered  applicable  at 
100  kc.  By  assuming  conductivities  for  the  Y  path  rang- 
ing from  0.004  to  0.008  mho/meter,  the  standard  devi- 
ation of  the  mean-predicted  values  for  the  M-Y  pair 
was  reduced  to  0.69  /xsec,  and  the  average  error  was 
reduced  to  0.51  yusec.  Even  though  the  two  paths  (re- 
ceiver to  M;  and  receiver  to  X  or  Y)  cannot  be  sepa- 
rated this  method  could  provide  a  means  for  empirically 
evaluating  conductivity  at  100  kc  in  areas  where  Loran- 
C  measurements  are  available. 

Figs.  12-16  present  cumulative  distributions  of  the 
time  difference  readings  taken  at  2.5  minute  intervals 
for  sites  where  the  total  observation  time  was  limited. 
Figs.  17-20  present  cumulative  distributions  of  the 
daily  average  readings  for  sites  where  observations 
were  made  for  several  months. 

From  these  figures  it  can  be  seen  that  variations  were 
within  1  jusec  during  a  very  high  percentage  of  the  time. 
It  may  be  noted  that  the  M-Y  (northern)  pair  generally 
had  greater  deviations  than  the  M-X  (southern)  pair. 
This  is  also  quite  obvious  from  Figs.  21-24  where  the 
daily  averages  are  plotted  for  the  fixed  sites.  Figs.  25 
and  26  indicate  some  typical  diurnal  variations  on  the 
M-X  and  M-Y  pairs.  Again  it  can  be  seen  that  the 
M-Y  variations  were  greater  than  the  M-X  variations. 

The  reason  for  the  larger  time  variation  associated 
with  the  northern  path  was  never  completely  resolved 
although  many  contributing  factors  can  be  listed. 
Errors  of  this  magnitude  do  not  exist  on  the  northern 
pair  of  the  present  east-coast  Loran-C  system. 

Most  of  the  data  presented  here  were  obtained  from 
signals  that  were  not  phase  coded.  Multihop  sky  wave 
contamination  was  not  eliminated  and  could  contribute 
toward  time  variations  (see  Fig.  27).  During  the  first 
few  months  of  operation  some  variations  were  prob- 
ably due  to  inexperience  of  operating  personnel. 

The  operation  was  not  continuous  and  evidently  in- 
stabilities accompanied  shut  down  periods.  Fig.  28 
shows  such  changes  recorded  at  four  stations  when  the 
operating  periods  were  compressed  into  a  single  plot. 
Correlation  coefficients  were  calculated  using  simul- 


15  G.  Millington,  "Ground  wave  propagation  over  an  inhomoge- 
neous  smooth  earth,"  Proc.  IEE,  vol.  96,  pt.  Ill,  pp.  53-64;  fanuarv. 
1949. 

16  R.  S.  Kirby,  etal.,  "Effective  Radio  Ground  Conductivity  Meas- 
urements in  the  United  States,"  Natl.  Bureau  of  Standards,  Boulder, 
Colo.,  NBS  Circular  No.  546;  February,  1954. 
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taneous  data  from  these  four  sites.  The  correlation  co- 
efficients are  shown  in  Table  II. 

In  a  further  investigation,  the  variations  were  di- 
vided into  two  categories  or  components:  1)  purely  ran- 
dom variations  and  2)  variations  which  would  produce 
correlation  at  the  observation  points.  Since  servos  in  the 
different  pieces  of  equipment  were  not  adjusted  to  have 
identical  damping  characteristics,  the  data  were  normal- 
ized to  the  average  characteristics  of  the  four  equip- 
ments. The  results  indicated  in  Table  III  demonstrate 
that  the  maximum  variations  that  could  positively  be 
attributed  to  propagation  did  not  exceed  0.03  to  0.04 
/usee. 

Although  the  time  fluctuations  have  sometimes  been 
shown  to  correlate  with  weather  phenomena,  particu- 
larly temperature,  it  has  not  been  conclusively  estab- 
lished that  the  variations  were  not  partially  within  the 
antenna  system.  The  typical  Loran-C  installation  in- 
cludes a  600-foot  top  loaded  transmitting  antenna,  and 
a  30-  to  90-foot  receiving  whip  within  a  few  hundred 
meters  of  the  transmitting  antenna.  Impedance  changes 
of  the  transmitting  antenna  would  affect  the  phase 
characteristics  of  the  receiving  antenna.  An  attempt  to 
check  this  effect  was  made  by  using  a  receiver  on  the 
base-line  extension.  Any  effect  due  to  the  antenna  im- 
pedance change  was  evidently  masked  by  larger  varia- 
tions. 

The  large  time  variations  on  the  northern  pair  (M 
and  Y)  were  probably  the  result  of  a  combination  of 
multihop  sky  wave  contamination,  and  the  first-hop 
sky  wave  contamination.  The  first-hop  contamination 
could  occur  if  the  signal  were  sampled  too  late,  that  is, 
after  the  first-hop  sky  wave  had  started  to  arrive.  The 
base-line  path  of  the  northern  pair  during  the  Cytac 
tests  was  quite  long  (over  1000  km);  it  was  all  over 
land  (causing  maximum  delay  of  the  ground  wave),  and 
it  was  at  a  high  geomagnetic  latitude. 

A  subsequent  Loran-C  chain  located  in  the  arctic 
(high  geomagnetic  latitude)  has  encountered  trouble 
with  very  short  first-hop  sky  wave  delays  because  of 
the  lower  ionospheric  heights  at  these  latitudes.  This 
situation  was  encountered  even  though  the  base  lines 
were  over  sea  water. 

The  Loran-C  chain  located  on  the  East  Coast  of  the 
United  States  has  been  relocated  since  1955.  The  north- 
ern base  line  is  now  partially  over  sea  water  and  the 
northern  station  is  at  a  slightly  lower  geomagnetic  lati- 
tude. With  continuous  operation  and  the  new  locations, 
the  variations  have  been  reduced  by  an  order  of  magni- 
tude. 

Amplitudes  of  the  ground  wave  signal  out  to  ranges  as 
great  as  3700  km  are  shown  in  Fig.  29.  The  paths  that 
the  signals  traversed  were  partially  land,  but  primarily 
sea  water.  The  agreement  between  predicted  and  meas- 
ured values  is  fairly  good  in  the  range  of  2400  to  3700 
km.  The  deviation  from  the  predictions  at  ranges  less 
than  2400  km  is  greater  than  can  be  explained  by  experi- 
mental error. 
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Fig.  12 — Cumulative  distribution  of  time  difference  readings —  Fig.  13 — Cumulative  distribution  of  time  difference 

Tennessee  Site  1  (2.5  minute  intervals).  readings — Wisconsin  (2.5  minute  intervals). 


Fig.  14 — Cumulative  distribution  of  time  difference  Fig.  15 — Cumulative  distribution  of  time  difference 

readings — Kansas  (2.5  minute  intervals).  readings — Georgia  Site  (2.5  minute  intervals). 
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Fig.  17 — Cumulative  distribution  of  daily  averages 
— Mississippi  Site  1  (November  1954-1955). 
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Fig.  18 — Cumulative  distribution  of  daily  averages 
— North  Carolina  Site  (January-October  1955). 


Fig.  19 — Cumulative  distribution  of  daily  averages  Fig.  20 — Cumulative  distribution  of  daily  average 

— Ohio  (January-February  1955).  — Tennessee  Site  1  (March-November  1955). 
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Fig.  22 — Daily  average  X  and  Y  cycle  readings 
— North  Carolina  Site  1. 
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Fig.  23 — Daily  average  X  and  Y  cycle  readings — Ohio. 
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Fig.  24 — Daily  average  X  and  Y  cycle  readings — Tennessee  Site  1. 
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Fig.  25 — Running  average  of  Y  time  difference — North 
Carolina  Site  1  (November  30-December  1,  1954). 


Fig.  26 — Running  average  of  X  time  difference — North 
Carolina  Site  1  (November  30-December  1,  1954). 
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Fig.  27 — Cycle  readings  with  and  without  phase 
coding — Mississippi  Site  1. 
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Fig.  28 — 37.5  minute  running  averages  of  X  readings 
(13.1  hours  of  data,  September  1-13,  1955). 


TABLE  HI 


TABLE  II 
Correlation  of  Si  Pair 


Tenn. 

Tenn. 

Miss. 

N.  C. 

Site  1 

Site  2 

Site  1 

Site  1 

Tenn.  Site  1 

0.930 

0.934 

0.901 

Ten n.  Site  2 

0.930 

0.934 

0 . 855 

Miss.  Site  1 

0.934 

0.934 

0.870 

N.  C.  Site  1 

0.901 

0.855 

0.870 

Correlation  of  5a  Pair 

Tenn.  Site  1 

0.526 

0.658 

0.620 

Tenn.  Site  2 

0.526 

0.543 

0.442 

Miss.  Site  1 

0.648 

0.543 

0.669 

N.  C.  Site  1 

0.620 

0.442 

0.669 

Measured 


Normalized 


Noise 
Component 


Synchronous 
Component 


Si  Pair 


Tenn.  Site  1 

0 

107 

0.077 

0 

011 

0 

076 

Tenn.  Site  2 

0 

081 

0.081 

0 

009 

0 

076 

Miss.  Site  1 

0 

092 

0.081 

0 

003 

0 

076 

N.  C.  Site  1 

0 

068 

0.082 

0 

032 

0 

076 

S2  Pair 

Tenn.  Site  1 

0 

057 

0.038 

0 

024 

0 

029 

Tenn.  Site  2 

0 

043 

0.043 

0 

032 

0 

029 

Miss.  Site  1 

0 

043 

0.035 

0 

019 

0 

029 

N.  C.  Site  1 

0 

105 

0.037 

0 

022 

0 

029 
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Fig.  29 — Predicted  and  measured  ground  wave  signal  amplitude. 
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Appendix  II 
Loran-C  Sky  Wave  Measurements 

Loran-C  is  a  pulse  navigation  system  utilizing  sam- 
pling techniques  to  select  the  ground  wave  and  discrim- 
inate against  the  sky  wave  signal.  These  same  sampling 
techniques  can  be  utilized  to  select  one  sky  wave  signal 
and  discriminate  against  all  other  sky  wave  signals  at 
ranges  beyond  ground  wave  reception.  This  provides  a 
means  for  measuring  the  phase  and  amplitude  of  a  par- 
ticular sky  wave  time  mode  rather  than  a  composite 
signal  as  is  done  in  CW  measurements.  Many  measure- 
ments that  have  been  made  with  Loran-C  indicate  that 
the  phase  of  a  particular  time  mode  is  very  stable,  but 
the  amplitude  of  that  time  mode  is  quite  unstable.  Fur- 
thermore, the  variations  occurring  on  one  time  mode  do 
not  necessarily  correlate  with  variations  occurring  on 
another  time  mode. 

If  a  number  of  vectors  of  different  fixed  phases  but  of 
variable  amplitudes  are  added  together,  the  phase  of  the 
resultant  will  change  as  a  result  of  the  amplitude  varia- 
tions. Similarly,  the  phase  of  a  CW  signal  varies  in  ac- 
cordance with  the  amplitudes  of  the  different  time 
modes.  Consequently,  the  phase  variations  do  not  nec- 

TABLE  IV 


Mode 

Distance 
(Kilo- 
meters) 

Time  (Day 
or  Night) 

Delay 
(jusec) 

cr  Standard 
Deviation 

(/usee) 

Belize,  British  Honduras 

XGnd.  YGnd. 
X  Gnd.  Y  1st 
X  Gnd.  Y  1st 
X  Gnd.  Y  3rd 
X  Gnd.  Y  2nd 
X  Gnd.  Y  4th 

1425  3133 
1425  3133 
1425  3133 
1425  3133 
1425  3133 
1425  3133 

D 
D 

N 
D 

N 
N 

-  0.4 
+  29.9 
+  43.1 
+  102.8 
+  103.9 
+267.7 

0.944 
1.012 
1 .219 
0.541 
1.460 
0.904 

Kingston,  Jamaica 

M  Gnd.  X  Gnd. 
X  Gnd.  Y  Gnd. 
M  Gnd.  Y  Gnd. 

1786  1539 
1539  3829 
1786  3829 

D 
N 
D 

-  0.7 
+  0.3 
+  1.0 

0.551 
0.366 
0.356 

Puerto  Cabezas,  Nicaragua 

XGnd.  YGnd. 
X  Gnd.  Y  1st 
X  Gnd.  Y  1st 
X  Gnd.  Y  3rd 
M  Gnd.  X  Gnd. 

1763  3356 
1763  3356 
1763  3356 
1763  3356 
2286  1763 

D 
D 

N 
D 

N 

-  2.21 
+  30.0 
+  49.7 
+  211.4 

-  1.9 

1 .235 
1.436 
1 .234 
1.018 
0.255 

Buenaventura,  Colombia 

M  Gnd.  X  Gnd. 
M  1st     X  1st 
M  1st      Y  1st 
M  Gnd.  Y  2nd 
M  Gnd.  Y  3rd 
X  1st     Y  4th 
X  Gnd.  Y  4th 

3339  2983 
3339  2983 
3339  4385 
3339  4385 
3339  4385 
2983  4385 
2983  4385 

D 
N 
N 
D 
D 
D 
D 

-  2.64 

-  2.06 
+  0.0 
+  37.5 
+  105.3 
+222.7 
+235.9 

0.590 
0.415 
0.936 
1 .864 
0.909 
1 . 309 
1 .015 

Guayaquil,  Eduador 

M  1st     X  1st 
M  1st     Y  2nd 
M  1st     X  1st 

4024  3574 
4024  5086 
4024  3574 

N 
N 
D 

-  1.98 
+  56.6 

-  0.50 

0.299 
0.527 
1 .812 

essarily  indicate  phase  changes  in  the  individual  time 
modes  nor  changes  in  ionospheric  height. 

At  ranges  beyond  ground  wave  reception  the  first  sig- 
nal arriving  via  the  ionosphere  was  normally  observed. 
At  shorter  ranges  uncontaminated  higher  order  multi- 
hop  sky  wave  signals  were  observed.  Sky  wave  signals 
have  been  observed  at  distances  as  great  as  12,000  km 
(Johannesburg,  S.  A.  from  Jupiter,  Fla.).  A  large  num- 
ber of  measurements  listed  in  Table  IV  have  been  made 
between  3000  and  5000  km.  Multihop  measurements 
listed  in  Table  V  have  been  made  at  ranges  as  short  as 
500  km. 

Figs.  30-31  illustrate  typical  daytime  first-hop  sky 
waves  observed  at  Boulder,  Colo,  (about  3000  km  from 
the  transmitters).  All  of  the  data  available  suggest  an 
excellent  sky  wave  phase  stability  when  a  single  propa- 
gation mode  is  studied.  The  Boulder  data  recorded  over 
a  period  of  more  than  one  month  had  short  term  varia- 
tions of  only  0.25  /xsec  and  day  to  day  variations  of  only 
0.5  ^sec.  This  data  was  obtained  by  comparing  a  first- 
hop  sky  wave  from  one  transmitter  with  the  ground 
wave  from  another  (southern  pair).  Nighttime  measure- 
ments were  not  made  in  1955  because  the  transmitters 
did  not  operate  on  a  24-hour  basis  during  September 
and  October.  Similar  measurements  made  at  Boulder 
in  1961  indicate  nighttime  stabilities  to  be  at  least 
within  5  /jsec  (see  Fig.  32). 

TABLE  V 


Distance 
Kilometers 

Trans- 
mitter 

Total 
Delay 
(usee) 

Amplitude 
(in  fjiv/m) 

Most 
Probable 
Hop 

Corre- 
sponding 

Layer 
Height  km 

Woodstock,  Kentucky 

817 

X 

304 

9.6 

3rd 

65 

0 

817 

Nothing 

could  be  observed  for  4th 

817 

X 

784 

10.3 

5th 

65 

5 

817 

X 

1024 

10.8 

6th 

63 

6 

1051 

Y 

285 

19.2 

3rd 

69 

5 

1051 

Y 

505 

14.4 

4th 

71 

8 

1051 

Y 

753 

11.2 

5th 

71 

7 

1051 

Y 

993 

9.6 

6th 

69 

6 

Spring  Creek,  North  Carolina 

496 

M 

815 

24.4 

4th 

68 

0 

496 

M 

1050 

20.0 

5th 

64 

0 

676 

X 

454 

3rd 

74 

2  - 

676 

X 

752 

13.2 

4th 

74 

0 

1078 

Y 

1083 

6th 

74 

0 

Boulder,  Colorado 

2526 

Y 

32 

1st 

* 

2526 

Y 

448 

5th 

78 

8 

2526 

Y 

618 

6th 

78 

3 

2518 

Y 

34 

1st 

* 

2518 

Y 

298 

2.0 

4th 

77 

4 

2518 

Y 

440 

5th 

77 

5 

2510 

M 

34 

1st 

* 

*  Since  the  apparent  heights  are  obtained  from  a  graph  based  on 
geometrical-optical  considerations,  and  the  distance  for  first-hop  sky 
wave  is  far  beyond  that  obtainable  by  geometrical-optical  theory, 
any  apparent  heights  assigned  to  these  first-hop  reflections  would  be 
completely  meaningless. 
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Fig.  30 — Envelope  and  cycle  readings,  first-hop  sky 
wave — Boulder,  Colo.  (September  13,  1955). 
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Fig.  31 — First-hop  sky  wave  measurements- 
— Boulder,  Colo.  (October  6,  1955). 
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Fig.  32 — First-hop  sky  wave  from  Cape  Fear,  N.  C.- 
Boulder, Colo.  (1961).  Approximately  3000  km. 


The  standard  deviations  listed  in  Table  IV  were  typi- 
cal of  observations  for  an  entire  day  or  night  made  in 
Central  and  South  America  in  1956.  These  standard 
deviations  again  suggest  excellent  stability  of  the  sky 
wave  phase.  The  delays  listed  are  delays  as  compared  to 
the  predicted  arrival  time  of  the  ground  wave  signal. 
These  delays  seem  to  be  quite  reasonable  for  the  propa- 
gation mode  being  measured.  Fig.  32  illustrates  the 
phase  change  resulting  from  an  S. I.D.  occurring  on 
July  11,  1961.  The  event  was  rated  at  about  i\  on  a 
scale  of  4.  VLF  records  indicated  a  change  of  up  to  30 
/xsec.  This  first-hop  sky  wave  signal  showed  a  total 
phase  change  of  4.5  yusec.  This  phase  decrease  was  ac- 

2  95- 


Fig.  33 — Phase  and  amplitude  of  Loran-C  sky 
wave  referred  to  ground  wave. 


companied  by  an  amplitude  increase  of  more  than  12 
db.  The  slower  sunset  effect  seems  to  be  related  to  the 
flare  and  the  magnetic  storm  that  followed  the  event.  On 
July  13th  and  14th  (dotted  curves)  a  magnetic  storm 
occurred  that  disturbed  the  phase  of  VLF  CW  meas- 
urements. 

Fig.  33  presents  a  three-day  plot  of  both  the  phase 
and  amplitude  of  a  first-hop  sky  wave  signal,  the  upper 
plot  representing  the  T.D.  between  a  first-hop  sky  wave 
signal  from  3200  km  and  the  ground  wave  signal  from 
1440  km.  Again  rather  good  phase  stability  is  suggested. 
The  lower  plots  are  the  measured  amplitudes  of  the  two 
signals.  The  amplitude  of  the  sky  wave  signal  is  quite 
variable  and  not  obviously  correlated  with  any  phase 
changes. 

The  amplitudes  of  the  various  time  modes  present 
vary  relative  to  one  another,  often  quite  rapidly.  Fig.  34 
illustrates  several  time  modes  of  the  Loran-C  master 
pulses  observed  at  Boulder.  The  relative  amplitudes  of 
the  several  time  modes  obviously  do  not  correlate.  A 
CW  measurement  made  at  this  frequency  would  show 
phase  changes  due  to  these  relative  amplitude  changes 
alone. 
167Z 


Fig.  34 — Multihop  sky  waves  master  signal  observed 
at  Boulder,  Colo. 


Fig.  35  represents  average  amplitudes  observed  on  a 
predominantly  north-south  path.  Since  these  plots  are 
strictly  amplitude  versus  distance  and  the  Y  transmit- 
ter was  about  15°  farther  north  than  the  X  transmitter, 
a  strong  latitude  effect  on  signals  propagated  by  the 
ionosphere  is  suggested.  The  average  nighttime  sky 
wave  field  intensity  was  about  20  db  larger  than  the 
average  daytime  field  intensity. 

Table  V  presents  other  interesting  observations  made 
at  relatively  short  ranges.  It  was  noted  that  high-order 
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Fig.  35 — Field  strength  of  Loran-C  sky  wave  on  north-south  paths. 

multihop  sky  waves  were  present  at  most  locations.  It 
was  further  noted  as  can  be  seen  from  the  tabulations 
that  often  the  amplitude  of  the  wth  hop  would  be  as 
great  as  or  greater  than  the  amplitude  of  the  nth-1  hop. 
Assumptions  made  as  to  predominant  time  modes  or 
negligible  time  modes  for  CW  measurements  may  be 
somewhat  questionable  in  view  of  these  observations. 
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Recent  studies  and  measurements  have  shown  that  the  phase  stability  of  the  signals 
in  the  VLF  region  is  very  much  higher  than  in  the  HF  spectrum.  This  fact,  along  with  its 
excellent  coverage  characteristics,  has  caused  considerable  interest  in  employing  this, med- 
ium for  the  wide  distribution  of  standard  frequencies  and  time  reference.  Basic  limitations 
in  stability  of  the  received  signals  are  discussed,  including  path  phase  distortion,  carrier-to- 
noise  and  envelope  delay  variations  as  related  to  precise  synchronization  of  clocks,  and 
highly  accurate  frequency  calibrations. 

Also  included  is  a  discussion  of  the  present  services  of  standard  frequency  and  time  sig- 
nal stations  throughout  the  world  at  HF,  LF,  and  VLF. 


1.  Introduction 

The  requirement  for  better  standards  for  precise 
measurements  of  frequency  and  time  which  are 
readily  available  has  constantly  increased  with 
advances  in  various  fields  of  science.  The  scientific 
unit  of  time  is  determined  astronomically,  and  is 
determined  to  an  uncertainty  of  a  few  parts  in  109 
in  the  course  of  a  year.  Since  frequency  is  related 
inversely  to  time  interval,  this  uncertainty,  strictly 
speaking,  must  be  transferred  to  the  specification  of 
absolute  frequency.  Frequency  generators,  how- 
ever, stable  to  parts  in  10  10  or  10  11  now  exist,  and 
form  the  basis  for  relative  measurements  of  frequency 
which  for  many  purposes  satisfy  the  increased  re- 
quirements mentioned  above. 

The  history  of  the  development  of  our  present 
system  of  time  is  an  extremely  fascinating  subject 
and  it  is  interesting  to  note  Newton's  definition  of 
time,  "Absolute,  true  and  mathematical  time,  of 
itself,  and  by  its  own  nature,  flows  uniformly  on, 
without  regard  to  anything  external,"  [Mach,  1942]. 
Most  of  man's  time  systems  have  been  based  on  an 
attempt  to  find  a  reference  which  "flows  uniformly 
on."  The  very  great  influence  upon  our  lives  and 
surroundings  caused  by  the  revolution  of  the  earth 
around  the  sun  and  the  rotation  of  the  earth  on  its 
axis  has  resulted  in  various  definitions  2  of  time  in 
terms  of  years  (orbital  rotation),  days  (axial  rota- 
tion), and  subdivision  of  these  units  in  hours,  min- 
utes, and  seconds.  Time  based  on  apparent  solar 
days  (from  noon  to  noon)  although  apparently 
satisfactory  as  a  time  reference  for  many  applica- 
tions was  shown  by  astronomical  observations  to 
have  appreciable  nonuniformity. 


1  Present  address  of  A.  D.  Watt  and  R.  W.  Plush:  DECO  Electronics, 
Inc.,  Boulder  Division,  8401  Baseline  Road,  Boulder,  Colo. 

2  An  interesting  and  useful  description  of  time  and  time  signals  is  contained  in 
'United  States  Naval  Observatory  Circular  No.  49,"  published  by  the  U  S 

Naval  Observatory,  Washington  25,  D.C.  (March  8,  1954).   See  also  "Astro- 
nomical Time,"  G.  M.  Clemence,  Rev.  Mod.  Phys.  29,  1  (January  1957)  and 
The  Way  Things  Are,"  P.  W.  Bridgman,  pp.  135-141  (Harvard  University 
Press,  Cambridge,  Mass.,  1959). 


Since  apparent  solar  days  are  variable  in  length 
with  season,  mean  solar  time  was  devised  and  the 
tabulation  of  this  difference  between  the  apparent 
value  and  the  mean  value  is  called  the  equation 
of  time.  This  difference  has  a  maximum  value  a 
little  in  excess  of  16  min.  Apparent  solar  days  are 
variable  in  length  with  season  for  two  reasons: 
partly  because  of  the  variation  in  the  angular 
velocity  of  the  sun  along  the  ecliptic  in  accordance 
with  Kepler's  second  law  of  planetary  motion,  and 
partly  because  the  inclination  of  the  ecliptic  to  the 
celestial  equator  introduces  a  variation  in  the  rate 
at  which  the  projected  coordinate  of  the  apparent 
sun  moves  along  the  celestial  equator.  The  mean 
sun  is  a  fictitious  body  which  moves  along  the 
celestial  equator  at  a  uniform  rate  equal  to  the 
mean  rate  of  the  apparent  sun.  Because  of  the 
fact  that  a  solar  time  reference  (date  and  time  of 
day,  etc.)  will  depend  upon  the  observer's  position, 
Universal  Time  (also  known  as  Greenwich  mean 
time)  was  established  with  the  mean  solar  time 
reference  based  on  the  prime  meridian  at  Greenwich, 
England.  The  problem  of  relative  position  for  civil 
purposes  has  been  solved  by  dividing  the  earth  into 
various  time  zones  usually  differing  by  one  hour 
with  lines  of  demarcation  chosen  to  minimize  the 
inconvenience  caused  by  crossing  time  zones  in 
heavily  populated  areas. 

Three  kinds  of  Universal  Times  are:  UTO,  which 
is  uncorrected  mean  solar  time;  UTl,  is  Universal 
Time  corrected  for  observed  polar  motion  and  repre- 
sents the  true  angular  rotation  of  the  earth  about  its 
axis;3  UT2,  is  Universal  Time  corrected  for  both 
observed  polar  motion  and  seasonal  variation  in 
speed  of  rotation  of  the  earth  on  an  extrapolated 
basis. 

The  fundamental  unit  of  time  was  until  very 
recently  the  mean  solar  second  which  was  defined  as 

g„  .„n  of  a  mean  solar  day.    This  fundamental  unit 


3  Because  of  the  increased  precision  with  which  the  earth's  rotation  can  be 
measured  with  respect  to  a  reference  star  rather  than  the  sun,  the  period  of  the 
earth's  rotation  with  respect  to  the  vernal  equinox,  called  a  sidereal  day,  is  used 
for  precise  determination  of  the  earth's  rotation. 
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of  time  based  upon  the  mean  solar  day  appeared  to 
be  entirely  satisfactory  until  astronomical  observa- 
tions and  advances  in  the  fields  of  communication, 
electronic  frequency  standards,  and  precision  in- 
strumentation showed  that  in  fact  the  earth  was  not 
rotating  in  a  strictly  constant  manner.  Even  after 
the  corrections  of  UTl  and  UT2,  time  based  on  this 
reference  did  not  flow  on  uniformly  as  our  definition 
of  it  would  require.  A  more  uniform  astronomical 
time  based  on  the  yearly  motion  of  the  earth  about 
the  sun,  caUed  Ephemeris  Time,  has  long  been 
known.    The  present  definition  of  the  second  is 

31,556,925.9747  °f  the  tr°pical  year  f°r  JanUary  °' 
1900  at  12  hr  Ephemeris  Time  [Markowitz,  1959]. 
This  was  adopted  by  the  International  Committee 
of  Weights  and  Measures  in  1956  and  ratified  by 
the  11th  General  Conference  on  Weights  and  Meas- 
ures in  1960.  Discussion  of  various  astronomical 
and  atomic  times  has  been  given  by  Markowitz 
[1959]. 

Although  quartz  crystal  clocks  were  instrumental 
in  revealing  many  of  the  variations  in  rotation  of 
the  earth,  it  was  not  until  atomic  standards  were 
placed  in  use  that  a  new  reference  of  time  became 
conceivable.  The  use  of  molecular  and  atomic 
spectral  lines  as  frequency  standards  [Lyons,  1952] 
has  led  to  the  speculation  that  perhaps  here  we  have 
a  reference  which  can  be  made  highly  independent 
of  external  variable  influences  and  as  a  result  may 
produce  a  time  base  of  greatly  improved  uniformity 
and  convenience.  The  difficulty  of  keeping  molec- 
ular and  atomic  clocks  in  operation  for  long  periods 
of  time  has  up  until  recently  prevented  their  use 
as  a  basic  time  reference.  A  determination  of  the 
atomic  transition  frequency  of  cesium  in  terms  of 
Ephemeris  Time  by  Markowitz,  Hall,  Essen,  and 
Parry  [1958]  indicated  a  value  of  9,192,631,770 
±20  c/s  which  is  the  best  value  available  at  present. 
The  deceleration  in  the  rotation  of  the  earth  about 
its  axis  as  determined  by  the  cesium  standard  is 
in  the  order  of  1.16X10-5  radians/year2,  i.e.,  0.16 
seconds/year2  4,  which  is  in  good  agreement  with 
values  obtained  by  the  moon  camera  of  0.17  seconds/ 
year2  for  that  period  (June  1955  to  June  1958). 
It  is  possible  [Bullard,  1955]  that  Ephemeris  Time 
and  Atomic  Time  may  not  have  the  same  rates; 
however,  further  careful  experiments  will  be  re- 
quired to  determine  this.  The  stability  of  the 
best  long  tune  interval  bases,  which  at  present  are 
quartz  clocks  steered  by  atomic  standards  is  limited 
to  values  in  the  order  of  one  part  in  1010.  Frequency 
comparisons  quoted  to  higher  precisions  are  relative, 
and  may  be  made  in  two  ways.  One  is  to  intercom - 
pare  two  oscillators  directly  for  the  short  term, 
and  the  other  is  to  compare  one  with  the  mean  of 
a  group  of  three  or  more  of  the  same,  quality  and 
assume  that  their  variations  are  independent,  so 
obtaining  a  statistical  increase  in  precision  for  the 
group.  The  resonance  of  cesium  is  known  in  terms 
of  the  Ephemeris  Second  to  an  accuracy  of  only 
about  2  parts  in  109,  the  limitation  being  set  by 

1  This  means  that  if  an  atomic  clock  and  "earth"  clock  were  started  together, 
ot  the  end  of  a  year  the  "earth"  clock  would  be  0.08  sec  behind  the  atomic  clock. 


the  uncertainty  in  the  determination  of  the  Ephe- 
meris Second.  Thus,  high  quality  clocks  closely 
steered  by  atomic  standards  will  not  realize  the 
presently  defined  unit  of  time  with  any  greater 
accuracy  than  this  because  of  the  nature  of  the 
definition  itself.  Presently,  maximum  available 
relative  frequency  stabilities  for  periods  of  several 
hours  are  in  the  order  of:  1  part  in  1011  for  Crystal 
standards  and  1  part  in  1012  for  the  Ammonia  Maser. 

2.  Basic  Limitations  of  Precision  in  the  Fre- 
quency and  Time  Standards  Via  Radio 
Signals 

With  the  availability  of  very  stable  time  references 
and  frequency  standards,  it  is  obvious  that  con- 
siderable care  must  be  exercised  if  these  standards 
are  to  be  distributed  over  large  areas  of  the  world 
without  appreciable  deterioration.  If  the  terrestrial 
propagation  of  radio  wave  energy  was  at  a  constant 
velocity  equal  to  the  velocity  of  light  in  a  vacuum 
and  with  a  noise  free  background,  it  would  be  a 
relatively  simple  matter  to  distribute  frequency 
and  time  signals  with  essentially  no  loss  in  stability 
and  accuracy.  Under  these  conditions,  the  received 
frequency  would  be  unaffected  and  the  time  signals 
would  have  a  given  correctable  constant  delajT  of 
T'd=d/v0  where:  d  is  the  distance  and  v0  is  the 
velocity  of  light  ~3X105  km/s.  In  practice  the 
radio  energy  is  transmitted  along  a  path  with  an 
effective  velocity  (v)  which  varies  with  the  charac- 
teristics of  and  conditions  along  the  transmission 
path  so  that  the  actual  delay,  Td,  may  vary  also. 
It  is  obvious  that  the  time  indicated  at  a  given 
receiving  site  is  Tr—Tt-\-Td,  where  the  receiving 
clock  can  be  made  to  indicate  transmitted  time  Tt 
by  subtracting  Td  from  the  received  time  TT  during 
clock  setting.  At  the  high  frequencies,  2.5  to  30 
Mc/s,  presently  employed  for  the  distribution  of 
frequency  and  time  signals,  multiple  propagation 
paths  frequently  exist  with  appreciably  different 
delays  which  can  introduce  large  apparent  errors 
in  the  received  frequency  and  time.  For  any  given 
path  it  may  be  possible  by  the  proper  choice  of 
frequencies  to  have  essentially  one  dominant  mode 
of  propagation;  however,  even  a  single  mode  may 
have  appreciable  variations  in  transmission  time. 

2.1.  Phase  Distortion  Limitations 

In  figure  1  the  straight  dashed  line  represents 
the  distortionless  transmission  in  free  space  where 
the  phase  delay  in  radians  could  be  given  as 


<*>'  = 


2-Kfd 


(1) 


where :  /  is  the  frequency  in  cycles  per  second,  and 
d  is  the  path  length  expressed  in  kilometers. 

The  actual  propagation  medium,  assuming  one 
mode  of  multiple  path  to  be  dominant,  may  be 
considered  as  an  electrical  network  with  phase  and 
amplitude  versus  frequency  characteristics  which 
vary  as  a  function  of  time.    The  actual  time 
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Figure  1.    Transmission  path  phase  characteristics. 


delay  is 


Ta=d/vp 


(2) 


where  v„  is  the  average  path  phase  velocity  in 
kilometers  per  second.  It  is  well  known  in  electrical 
circuit  theory  that  various  types  of  network  delays 
exist,'*and  if  we  are  to  consider  the  phase  delay 
defined  in  eq  (1),  v  must  be  expressed  in  terms  of 
path  phase  velocity  rather  than  envelope  velocity. 

The  actual  path  phase  velocity  relative  to  the 
velocity  of  light,  vjv0,  is  known  to  be  a  function 
of  frequency  and  the  path  involved.  Important 
factors  may  include  ionospheric  conditions,  ground 
conductivity,  and  surface  roughness.  In  the  VLF 
region,  Jean,  Taylor,  and  Wait  [1960]  have  shown 
good  agreement  between  experimentally  and  theo- 
retically determined  values  of  vp  over  the  4  to  20 
kc/s  frequency  range.  (See  also  Wait  [1961a]  and 
Wait  and  Spies  [1961].)  At  night  they  have  found 
values  of  vp/vQ  to  be  ~1.03  at  4  kc/s,  1.01  at  10  kc/s, 
and  1.003  at  20  kc/s.  Many  references  pertinent 
to  the  velocity  of  propagation  are  contained  in 
the  paper  by  Jean,  Taylor,  and  Wait  [I960].  In 
general,  vp  increases  with  surface  conductivity, 
and  decreases  with  increase  in  ionospheric  height 
and  earth's  surface  roughness. 

An  actual  physical  path  phase  characteristic  may 
look  somewhat  like  the  solid  wavy  curve  of  figure  1 
where  a  frequency  ix  would  be  delayed  by  the  phase 
fa.  This  phase  delay  in  seconds  can  be  written 
as 

where  Td  is  the  equivalent  time  delay  in  seconds.  It 
should  be  pointed  out  that  the  particular  phase 
versus  frequency  curve  illustrated  will  only  apply 
for  a  given  distance  and  at  a  given  time  and  that 
it  may  vary  in  its  exact  position  as  a  function  of 
time.  The  effect  of  these  short  term  variations 
of  phase  as  a  function  of  time  is  to  limit  the  precision 
with  which  a  given  standard  frequency  can  be 
received. 

To  obtain  the  value  of  the  received  frequency 
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Figure  2.    Short  term  propagation  time  (phase)  stability  day- 
time paths,  normalized  to  single  reflection  sky  wave. 

from  the  phase  measurements  it  is  clear  from  the 
definition  of  frequency  that  the  average  departure 
from  the  transmitted  frequency,  A/,  observed  in 
terms  of  the  final  and  initial  phase  delays  is 
given  by : 

where  T  is  the  time  interval,  in  seconds,  over  which 
the  phase  comparison  is  made. 

The  relations  governing  the  transmission  path 
phase  stability  and  signal-integration  times  required 
for  specific  frequency-comparison  precisions  have 
been  described  previously  in  considerable  detail 
[Watt  and  Plush,  1959].  In  general,  where  possible, 
observations  should  be  made  near  noon  at  the 
center  of  the  path.  At  such  time,  the  phase  varia- 
tions, due  to  diurnal  and  random  short  term  effects, 
are  expected  to  be  minimal.  Pierce  [1957]  has 
experimental  evidence  over  a  5200  km  path  that 
the  total  diurnal  phase  variation  of  the  16  kc/s 
Rugby  signal  is  surprisingly  constant  throughout 
the  year  being  in  the  order  of  34  ±  1  usee.  Jean5 
over  a  7500  km  path  has  observed  that  the  diurnal 
variation  of  the  phase  of  the  16  kc/s  Rugby  signal 
has  substantial  variations  in  pattern.  The  observed 
average  phase  change  of  ~42  usee  yields  about  the 
same  effective  change  in  ionospheric  height;  i.e., 
Ah  ~16  km  using  a  method  described  by  Wait 
[1959].    The  diurnal  patterns  observed  by  Jean 

s  A.  G.  Jean,  private  communication.   See  also  C.  J.  Chilton  119611. 
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appear  to  change  systematically  with  seasons  and 
appreciably  particularly  during  ionospherically  dis- 
turbed conditions.  The  daytime  transmission  delay 
appears  to  be  much  less  affected  by  these  disturbances 
than  the  nighttime  phase. 

The  short  time  variations  in  propagation  time 
resulting  from  path  phase  instabilities  can,  in 
general,  be  assumed  to  be__randomly  distributed 
about  an  average  time  delay  Td  with  a  rate  of  change 
similar  to  the  fade  rate.  This  means  that  a  single 
measured  value  of  the  delay  ranges  roughly  between 
Td  ±  a  (Td),  where  a  (Td)  is  the  standard  deviation 
of  the  random  time  delay  variable.  In  general, 
there  will  be  different  values  for  both  Td  and  a  (Td) 
for  day  or  night  paths.  Expected  standard  devia- 
tions of  short  time  propagation  time  delays  are 
shown  in  figure  2-  as  a  function  of  frequency  for 
a  single  reflection  daytime  sky  wave  in  the  VLF  and 
LF  regions.  It  should  be  emphasized  that  this 
trend  does  not  continue  up  into  the  HF  region. 
The  data  are  obtained  from  table  B-l  [Watt  and 
Plush,  1959]  with  the  additional  point  at  10.2  kc/s 
from  Tibbals.6 

2.2.  Time  Reference  and  Clock  Setting 

It  is  obvious  that  if  a  single  precisely  known 
uniform  frequency  were  available  at  a  receiving 
location,  that  it  could  be  employed  in  the  control 
of  a  time  standard  clock,  provided:  (a)  that  the 
clock  could  be  properly  set  initially,  and  (b)  that 
there  were  no  interruptions  in  the  frequency  standard 
or  clock.  Since  neither  of  these  can  be  guaranteed, 
it  becomes  apparent  that  some  method  of  establish- 
ing a  time  or  phase  reference  at  the  receiving 
location  is  necessary,  and  that  the  problem  of  trans- 
mitting a  precise  time  reference  is  much  more 

6  M.  L.  Tibbals,  private  communication. 


Figure  3.    Standard  frequency  and  time  signal  waveforms. 
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difficult  than  a  standard  frequency  transmission. 
At  the  higher  frequencies  where  bandwidth  limita- 
tions are  not  severe,  this  is  accomplished  by  trans- 
mitting rather  short  pulses  whose  leading  edges  at 
the  transmitter  are  quite  steep.  The  delay  of  these 
time  pulses  is  also  variable  but  it  is  not  the  same  as 
the  phase  delay  described  in  eqs  (2)  and  (3).  Since 
the  pulses  are  applied  in  the  form  of  modulation  on 
the  rf  carrier,  the  "envelope  delay"  as  defined  by 
Nyquist  and  Brand  [1930]  in  terms  of  the  slope  of 
the  phase  characteristic,  d<t>/df,  is  the  important 
factor.  As  we  will  see  in  the  next  section,  the  HF 
paths  are  very  instable  in  both  phase  and  envelope 
time  delay  and  the  timing  accuracy  obtainable  with 
these  pulses  is  considerably  less  than  that  available 
at  the  transmitter. 

In  view  of  the  much  more  stable  phase  delay 
conditions  in  the  VLF  region  as  described  by 
Pierce  [1957]  and  Allan.  Crombie,  and  Penton  [1956] 
along  with  its  excellent  coverage  characteristics, 
considerable  interest  has  been  exhibited  in  employing 
this  medium  for  the  distribution  of  standard  fre- 
quencies and  time  reference.  The  channel  band- 
widths  available  in  this  frequency  region,  along  with 
the  very  narrow  bandwidths  of  the  transmitting 
antenna,  prevent  the  use  of  short-time  pulses  for 
the  establishment  of  coarse  time  markers  which 
could  be  used  in  identifying  a  particular  rf  cycle. 
An  alternate  method  employing  two  closely  spaced 
and  alternately  transmitted  related  frequencies  is 
being  considered.  A  description  of  this  method  is 
given  by  Morgan  [1961].  The  transmitted  and 
received  waveforms  for  such  a  narrow  band  time 
signal  system  are  shown  in  figure  3  where  it  is 
apparent  that  the  envelope  of  the  voltage  difference 
produces  time  reference  markers  with  ambiguities 
spaced  by  the  reciprocal  of  the  frequency  difference. 
Coarse  time  markers  may,  if  desired,  be  provided 
by  the  times  of  frequency  switching.  On-off  keying 
can  also  be  considered  for  date  time  code.  In  a 
dual  frequency  system,  transmitted  waveforms  are 
given  as: 

g^cosoV  (5) 
e2=cosu2t  (6) 
while  the  envelope  of  the  phasor  sum  is  given  as 

#(0eDve.ope=V2+2  COS  fo-CO,)*  (7) 

It  can  be  observed  that  at  the  transmitter,  zero 
time  is  our  phase  reference.  At  the  receiver,  the 
phases  of  ei  and  e2  are  delayed  and  these  two  signals 
are 

elr=cps  [w,£+<fo]  (8) 

<?2r=cos  [^t+fa]  (9) 

Since  these  two  signals  can  be  employed  to  phase 
lock  high  quality  local  oscillators,  it  is  possible  to 
have  two  highly  constant  amplitude  sinusoids  as 
indicated.  The  envelope  voltage  waveform  at  the 
receiver  is  then 

#(0enve,opereceived  =  V2+2  COS  [(m,-^)* +  (&-*,)]  (10) 

where  it  is  evident  that  the  important  phase  is  now 
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<j>2— <t>i  and  the  resulting  time  delay  is 

A-2x(y2-/,) 

where      is  the  envelope  delay  in  seconds. 

If  the  individual  frequencies  concerned  are  sepa- 
rated far  enough,  the  path  phase  fluctuations 
become  independent  and  the  standard  deviation  of 
Tb  would  be 

assuming  that  <j{4>\)  =  a{<j>2)  =  <r{4>). 

It  can  be  seen  that  the  time  variations  will  decrease 
with  an  increase  in  frequency  separation.  It  should 
be  emphasized  that  as  the  frequency  separation  is 
reduced  the  relative  phases  tend  to  become  corre- 
lated and  as  a  result  the  envelope  reference  time 
variation  does  not  increase  without  limit  since  the 
phase  difference  tends  to  approach  zero.  Measured 
standard  deviations  of  envelope  delay  variations 
for  a  1  kc/s  frequency  spacing  in  the  VLF  band  are 
shown  by  Casselman,  Heritage,  and  Tibbals  [1959] 
to  be  in  the  order  of  ±20  /isec.  (See  also  Stone, 
Markowitz,  and  Hall,  I960.)7 

Employing  the  ionospheric  roughness  parameter 
described  by  Watt  and  Plush  [1959]  the  standard 
deviation  of  short  term  phase  variation;  i.e.,  o-(4>), 
of  a  VLF  carrier  received  over  a  4200  km  path  is 
found  to  be  in  the  order  of  0.09  radians.  When  this 
value  is  used  in  (12)  the  expected  o(Tb)  expressed 
in  microseconds  is  shown  in  figure  4.  Experimental 
values  for  <r(Tb)  obtained  from  Heritage  and 
Tibbals8  for  spacing  of  200,  1.000,  and  3.000  c/s 
appear  to  substantiate  the  general  level  and  trend 
of  this  curve. 

In  order  to  permit  identification  of  a  specific  cycle 
of  the  carrier  frequency  /i,  it  is  obvious  that  o-(Tb) 
must  be  less  than  0.5/ Ji  —  <r{Td)  which  at  20  kc/s  will 
be  in  the  order  of  ±22  ^sec.  Until  such  time  as  the 
expected  reduction  in  o-(Tb)  due  to  integration  for 
time  intervals  long  compared  to  the  fade  periods  is 
obtained,  it  appears  that  frequency  separations  in 
the  order  of  1  kc/s  will  be  required  for  carrier  cycle 
identification  in  the  20  kc/s  region.  If  the  fre- 
quency separation  chosen  is  rather  large,  the 
(f2— fi)  markers  may  be  difficult  to  resolve  from  the 
on-off  keying  envelope.  This  is  due  in  part  to  the 
normal  build  up  time  required  by  the  narrow  an- 
tenna bandwidths,  see  typical  shapes  in  figure  5, 
and  the  variation  in  position  of  this  envelope  as 
received  due  to  path  envelope  delay.  Should  the 
on-off  keying  phase  markers  received  with  time 
delay  variations  <r(Te)  not  be  stable  enough  to  re- 
solve (/2— fi)  markers,  it  may  be  necessary  to  employ 
an  additional  frequency  providing  an  intermediate 
reference,  viz  (J3— /i)<(/2- /i). 

Since  the  precision  of  frequency  comparison  is 
defined  as  the  phase  jitter  divided  by  the  observing 

'  Stone,  Markowitz,  and  Hall  in  a  recent  paper  [1960]  have  indicated  VLF 
time  comparisons  of  500  jisee  at  Washington,  D.C.,  from  NBA  in  Panama. 
Employing  a  6  db  transmitting  bandwidth  of  44c/s  on  fig.  4  and  assuming  that  the 
envelope  matching  would  approach  that  of  two  frequencies  spaced  by  the  6  db 
bandwidth  we  obtain  <r(Tt)=i450  ;isec  for  a  path  of  comparable  length.  Actually 
the  spacing  chosen  should  likely  be  less  which  would  yield  better  agreement. 

8  Private  communication. 
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period  T(7.3  of  Watt  and  Plush,  1959)  we  can  write 
e=y2<rfo)/2ir/r.  (13) 

The  time  delay  for  a  given  phase  delay  is  Td=<f>/2irf, 
and  since  a{Td)  =  a(4>)l2ivj,  we  can  write  (13)  as 

o-(Td)  =  €T/V2.  (14) 

Figure  6  shows  the  manner  in  which  this  relationship 
can  be  employed  to  determine  the  variations  expected 
in  a  given  clock  relative  to  a  standard  clock  T 
seconds  after  it  has  been  set  to  coincidence  with  the 
standard  clock.  It  is  interesting  to  note  that  if  an 
all  daylight  radio  path  such  as  the  16  kc/s  trans- 
atlantic path  observed  by  Pierce  [1957]  is  employed, 
the  maximum  standard  deviation  of  time  difference 
is  less  than  2  /xsec. 

It  should  be  pointed  out  that  the  problem  of  sub- 
tracting out  the  mean  true  transmission  time,  Td, 
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Figure  4.    VLF  transmission  path  envelope  phase  stability. 
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Figure  6.    Clock-time  deviations  from  original  setting  as  a 
function  of  observing  period.    (8  Pierce  1957). 

whether  it  be  a  phase  delay  or  envelope  delay,  still 
exists.  Ionospheric  disturbances  caused  by  solar 
related  proton  storms  or  meteoric  showers  have  the 
largest  apparent  effect  on  the  nighttime  phase  delay 
[Chilton,  1961].  As  a  result,  the  midday  values  of 
Td  are  expected  to  be  relatively  constant  from  day 
to  day  with  the  exception  that  solar  flares  effect  the 
day  values.  Over  some  paths,  it  is  possible  that 
there  may  be  appreciable  seasonal  variations  in 
even  the  midday  value  of  Td.  Additional  studies 
are  required  before  the  errors  likely  in  predicting 
Td  can  be  specified  as  closely  as  desired.  If  two  or 
possibly  three  VLF  standard  frequency  and  time 
signal  stations  are  operating  simultaneously  at 
different  rf  frequencies  but  with  a  common  fre- 
quency base  as  well  as  a  common  time  reference,  it 
is  expected  that  the  average  delays  due  to  transmis- 
sion time  can  be  obtained  with  greater  accuracy. 
Once  the  average  path  delays  have  been  subtracted 
out,  a  clock  at  a  given  receiving  site  can  be  set  with 
a  high  degree  of  precision  (probably  limited  mainly 
by  the  ability  to  determine  absolute  average  path 
delay),  to  the  time  generated  by  the  network  of 
VLF  standard  frequency  and  time  signal  broad- 
casting stations. 

2.3.  Carrier  to  Noise  Limitations 

The  limitations  of  noise  to  precision  of  frequency 
comparison  have  been  previously  described  [Watt 
and  Plush,  1959]  and  we  shall  only  calculate  the 
effects  of  rms  carrier  to  rms  thermal  noise  ratio  on 
time  signal  accuracy. 

From  equation  (Cl)  of  Watt  and  Plush  [1959] 
and  (3) 

a{Td)^^Ti  (i5) 

(noise)  ^VZ7r/l 


where  a{Td) (noise)  is  now  the  standard  deviation 
of  the  time  reference  in  seconds  derived  from  the 
carrier  frequency  (/,)  phase,  and  N/C  is  the  rms 
noise  to  carrier  ratio  in  the  receiver.  With  post 
detection  filtering  or  integration  following  a  linear 
detector,  N  should  be  calculated  in  the  effective 
bandwidth  of  the  integrator.  If  we  consider  noise 
density  or  in  particular,  the  noise  voltage  per  1  kc/s 
bandwidth  concept  where  Nx  kc  has  the  dimensions 
volts/Vkc/s,  we  obtain 


o(Td)  = 


v£,/l,000 


(noise) 

2^jlC/N1: 


(16) 


where  Br  is  the  effective  receiver  bandwidth  in 
cycles  per  second. 

When  timing  is  derived  by  an  envelope  beat  pat- 
tern between  two  carriers,  the  effects  of  noise  are 
given  by 


_  N/C 

(noise)      27t(/2  j\) 


or 


V£r/i,ooo 


Mf-2-fi)C/Nlkc 


(17) 
(18) 


where  it  is  obvious  that  the  time  stability  for  these 
conditions  is  poorer  for  a  given  C/N  kC/8  ratio  than 
obtains  for  a(Td)  (noise). 

We  can  also  determine  the  stability  of  a  time 
reference  obtained  from  a  keyed  envelope  obtained 
at  the  one  half  amplitude  point  of  the  leading  edge 
with  coherent  detection.  For  a  single  sample  this 
is  shown  in  the  appendix  to  be 


1 


a{Te)  (C/N)2Bt 

(noise,  sampled) 


(19) 


where:  o-(Te)  is  in  seconds  and  Bt  is  the  transmitter 
6  db  bandwidth  in  c/s.  If  the  carrier  is  keyed  on 
periodically  (for  example,  once  each  second)  the 
resulting  envelope  reference  can  be  integrated  to 
reduce  the  effects  of  noise.  The  improvement  is 
equal  to  the  square  root  of  the  number  of  individual 
pulses,  and  if  the  repetition  rate  is  F 


*{Te)- 


(C/N)B^,TF 


(noise,  integrated) 


or 


!BT/l,O00TF 


(C/Nlke)Bt 


(20) 


(21) 


where:  Tis  the  integration  period,  TF'is,  the  number 
of  samples  averaged,  BT  is  the  effective  receiver 
bandwidth  in  c/s.  It  is  apparent  from  (21)  that 
the  time  reference  derived  from  the  envelope 
leading  edge  improves  directly  as  the  carrier  to 
noise  ratio  and  as  the  first  power  of  the  transmitting 
antenna  bandwidth  and  as  the  square  root  of  the 


302-622 


integration  time.  In  all  the  derivations  involving 
the  rms  carrier  to  noise  ratios,  the  significant  noise 
background  considered  is  of  thermal  type.  The 
actual  background  will  normally  be  atmospheric 
noise  which  in  a  wide  bandwidth  has  a  very  different 
statistical  nature  [Watt  and  Maxwell,  1957].  The 
effects  of  atmospheric  noise  upon  radio  systems  are 
in  general  quite  different  from  those  of  thermal 
noise  [Watt,  Coon,  Maxwell,  and  Plush,  1958].  For 
a  pulse  sampling  system  with  integration,  the  re- 
quired rms  C/N  may  be  appreciably  less  than  indi- 
cated in  eqs.  (20)  and  (21).  Hefley9  [1960]  for 
example  has  found  with  Loran-C  systems  that  for 
equivalent  performance  the  carrier  to  atmospheric 
noise  ratio  can  be  much  less  than  the  carrier  to 
thermal  noise  ratio ;  however,  it  must  be  remembered 
that  this  system  employs  a  very  wide  RF  band- 
width . 

When  carrier  phase  or  frequency  stability  is  con- 
sidered, the  narrow  bandwidths  (0.1  c/s  or  less) 
employed  will  make  the  atmospheric  noise  statistics 
the  same  as  thermal  noise  [Watt  and  Maxwell,  1957] 
and  in  these  cases  the  formulas  given  (15)  through 
(18)  should  apply  if  linear  receivers  are  employed. 

3.  Present  Services 

There  are  at  present  quite  a  large  number  of 
standard-frequency  and  time-signal  stations  in  use 
throughout  the  world.  VLF,  LF,  and  HF  are  em- 
ployed for  large  area  coverage  with  some  higher 
frequencies  being  used  for  local  distribution.  A 
description  of  the  stations  operating  along  with 
their  location  and  characteristics  is  given  in  Annex 
I  of  CCIR  Report  66  [1956]. 

Annex  II  of  the  same  document  describes  the 
characteristics  of  projected  standard  frequency  and 
time  signal  stations  at  four  additional  locations.  In 
general,  the  high  frequency  stations  all  employ  pulse 
modulation  of  the  carrier  frequency  for  time  signal 
transmissions  and  many  of  them  in  addition  have 
standard  audiofrequencies  employed  as  modulation 
at  various  times.  The  stability  as  broadcast  is 
usually  very  good,  for  example  with  the  National 
Bureau  of  Standards  station  WWV  [1960a]  the  carrier 
and  audiotones  have  stability  of  one  part  in  109  at 
all  times  with  normal  daily  deviations  of  less  than 
two  parts  in  1010.  The  time  signals  have  essentially 
the  same  stability  and  the  maximum  deviation 
from  UT-2  is  about  ±  50  msec.  Final  corrections  to 
the  frequency  as  broadcast  versus  the  U.S.  Frequen- 
cy Standard  are  published  monthly  by  the  National 
Bureau  of  Standards  [1960b]  in  the  Proceedings  of 
the  IRE  while  final  corrections  to  the  time  signals 
versus  UT-2  time  are  published  by  the  U.S.  Naval 
Observatory. 

3.1.  HF  Standard  Frequency  and  Time  Services 

Because  of  the  variation  in  the  propagation 
medium  at  HF,  the  frequency  as  received  is  gener- 
ally much  less  stable  than  that  transmitted.  Ac- 
tually, for  high  precision  measurements  it  is 
frequently  necessary  to  use  long  averaging  periods 
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of  10  to  30  days.  Ideally,  the  following  conditions 
should  prevail  at  the  time  measurements  are  being 
made;  (a)  all  daylight  (or  darkness)  over  radio  path, 
(b)  no  ionospheric  disturbance  in  progress,  (c)  no 
part  of  the  radio  path  should  pass  near  either 
auroral  zone,  (d)  single  mode  propagation  should  be 
existing.  In  general,  frequency  determinations  can 
be  made  either  by  a  direct  comparison  or  by  means 
of  the  time  pulses.  Some  idea  of  the  precision  of 
frequency  comparison  obtainable  can  be  seen  from 
figure  7  which  shows  the  precisions  available  from 
WWV  and  WWVH  over  paths  ranging  from  approx- 
imately 2,000  to  8,000  km.  Line  A  shows  that  for 
short  period  samples,  such  as  100  sec,  the  precision 
available  is  in  the  order  of  2  parts  in  107.  If  similar 
100-sec  samples  are  made  each  day,  after  30  days 
the  precision  has  improved  to  one  part  in  108.  It 
should  be  emphasized  that  this  type  of  frequency 
comparison  does  not  make  full  use  of  the  transmis- 
sions and  that  the  improvement  with  observing 
period  is  not  as  great  as  would  be  predicted  if  all 
the  actual  information  received  was  fully  utilized 
for  the  total  periods  shown.  Line  B  shows  the 
results  obtained  at  Boulder  employing  time  pulses 
compared  for  approximately  10  sec  near  noon  each 
day  and  averaged  by  means  of  a  clock.  Here  the 
daily  averaging  time  is  24  hr.  The  point  shown  for 
30  days  is  arrived  at  as  follows.  Daily  comparisons 
of  the  local  clock  versus  the  received  time  of  WWV 
are  used  to  obtain  running  10-day  averages  of  time 
difference.  Each  day  one  new  daily  value  is  added 
and  the  11-days  old  value  is  dropped  and  the  re- 
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Figure  7.    Frequency  comparison  precision  at  10  Mcjs. 

Line  A=100  sec  samples,  frequency  comparisons  1  sample/day  at  noon. 
Line  B  =  24-hr  average  each  day,  time  pulses,  compared  at  10  a.m.  local  timo. 
All  values  are  standard  deviation  and  at  best  time  of  day  (disturbed  day  data  not 
included). 
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sultant  10  time  differences  averaged.  The  30-day 
running  averages  of  the  above  10-day  averaged 
values  are  obtained  in  a  similar  manner.  The  pre- 
cisions obtained  are  appreciably  better,  being  in  the 
order  of  ±2  parts  in  109  for  1  day  and  approximately 
±2  parts  in  1010  for  30  days. 

3.2.  LF  Standard  Frequency  Transmissions 

At  present  there  are  at  least  six  low  frequency 
standard  transmissions  being  operated  including 
MSF  at  60  kc/s  in  Rugby,  England;  WWVB  at 
60  kc/s  in  Boulder,  Colo.;  DCF77  at  77.5  kc/s  in 
Mainflingen,  Germany;  OLP  at  50  kc/s  in  Czecho- 
slovakia; HBJ  at  96.04  kc/s  in  Switzerland;  and 
A5XA  at  133}$  kc/s  at  Fort  Monmouth,  N.J., 
U.S.A.  Other  characteristics  of  these  transmissions 
are  described  in  Annex  III  of  CCIR  Report  66 
[1956].  Pierce  [1957]  has  shown  the  standard  devia- 
tion of  frequency  comparison  for  MSF  transmissions 
on  a  transatlantic  path  to  be  in  the  order  of  1  times 
10-10  for  a  30-minute  observing  period.  Further 
calculations  for  LF  transmissions  are  compared  with 
experimental  results  by  Watt  and  Plush  [1959]  and 
shown  here  in  figure  8.  Pierce  [1958]  has  shown 
average  frequency  comparison  precisions  from 
WWVB  (60  kc/s)  as  received  at  Cruft  Laboratory, 
of  1.4  parts  in  10  11  in  an  observing  period  of  about 
one  hr.  From  equation  (14)  this  would  correspond 
to  a  short  term  time  variation  a  (Td)  ~  0.36  jusec. 

Recent  plans  to  distribute  time  signals  via  Loran-C 
navigation  system,  pulse  transmissions  at  100  kc/s, 
have  been  described  by  Doherty  [1961].  Very  precise 
time  signal  distribution  in  the  order  of  0.2  jusec 
is  possible  within  the  ground  wave  coverage  range 
of  about  1,500  km.    By  employing  sky  wave  modes, 
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Figure  8.    Experimental  and  theoretical  precisions. 
Note:  Due  to  diurnal  phase  change  observing  periods  of  longer  than  10  K 
nclude  several  days. 
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timing  precision  in  the  order  of  1  usee  appears  likely 
out  to  about  3,500  Ion. 

It  is  obvious  from  this  and  the  preceding  sections 
that  in  a  limited  area  the  LF  systems  (50  to  100 
kc/s)  will  provide  for  more  precise  comparison  of 
frequency  and  time  than  the  VLF  systems  (15  to 
20  kc/s).  The  propagation  loss,  however,  is  much 
higher  in  the  50  to  100  kc/s  band  which  restricts  the 
useful  range  to  distances  of  about  3,000  to  4,000 
km.  LF  transmissions  at  60  kc/s  in  England  [Steele, 
1955]  have  shown  that  timing  can  be  obtained  to 
±15  /usee  by  pulse  envelope  methods. 

3.3.  VLF  Standard  Frequency  Transmissions 

Annex  III  of  CCIR  Report  66  [1956]  describes 
the  transmissions  from  GBR  at  16  kc/s  which  has 
been  used  as  a  basis  for  much  of  the  pioneer  work 
on  standard  frequency  broadcasting  in  the  very  low 
frequency  region.  The  precisions  available  from 
this  transmission,  and  GBZ  on  19.6  kc/s,  based 
primarily  on  observations  by  Pierce  [1957,  1958]  and 
Allan,  Crombie  and  Penton  [1956],  are  included  in 
sections  2.2  and  4.  Stabilized  transmissions  with 
phase  locked  master-slave  relationship  from  Hawaii 
and  San  Diego  have  also  served  as  a  valuable  source 
of  information  for  VLF  path  phase  stability  as 
described  by  Casselman,  Heritage,  and  Tibbals 
[1959].  Recently  interim  station  broadcasts  of  the 
U.S.  frequency  standard  have  been  initiated  from 
WWVL  on  20  kc/s  from  near  Boulder,  Colo.  Time 
and  stabilized  frequency  broadcasts  from  NBA  at 
18  kc/s  also  recently  have  been  initiated.10  Addi- 
tional VLF  transmissions  are  in  the  process  of  being 
stabilized  in  frequency  which  should  make  them 
available  for  path  phase  stability  measurements. 
In  the  VLF  region  both  theory  and  experiment 
show  that  greater  observing  times  are  required  for 
a  given  degree  of  frequency  comparison  precision 
than  is  true  in  the  LF  region;  however,  when  long 
range  paths  are  considered  the  low  attenuation  rates 
obtaining  in  the  VLF  band  make  emissions  in  this 
frequency  region  useful  for  worldwide  coverage. 

4.  Characteristics  and  Expected  Coverage 
for  a  VLF  Standard  Frequency  and  Time 
Signal  Broadcasting  Station 

Based  on  the  previous  analysis  [Watt  and  Plush, 
1959]  the  precision  of  frequency  comparison  ex- 
pected as  a  function  of  observing  period  T  was 
prepared  and  is  shown  as  figure  8  [Pierce,  Winklei, 
and  Corke,  I960].11  It  is  obvious  when  comparing 
figures  7  and  8  that  a  VLF  broadcast  will  provide 
one  or  two  orders  of  magnitude  improvement  over 
present  HF  broadcasts  in  precision  of  frequency 
comparison  for  a  given  observing  period.  This 
great  increase  in  performance  has  clearly  indicated 
the  desirability  of  designing  and  constructing  a 
high  quality  VLF  standard  frequency  broadcasting 
station  or  network  of  2  or  3  stations  whose  primary 

i°  Precise  time  and  stabilized  frequency  broadcasts  at  18  kc/s  over  NBA,  Sum- 
mit, Canal  Zone,  were  announced  in  U.S.  Naval  Observatory  Time  Service, 
Notice  No.  8,  18  November  1959.  See  also  a  recent  paper  by  Stone,  Markowitz, 
and  Hall  [I960]. 

"  A  recent  paper  by  Pierce,  Winkler,  and  Corke  [1960]  describes  results  at  16 
kc/s  over  a  5,200  km  path  that  indicate  possible  precisions  of  2X10-". 
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function  is  to  provide  extremely  precise  standard 
frequency  and  time  signals. 

Because  of  the  desirability  of  having  such  a  station 
near  the  U.S.  standard  of  frequency  located  at 
Boulder,  Colo.,  a  study  has  been  made  to  determine 
design  parameters  and  service  obtainable  at  various 
locations.  Seventeen  different  receiving  sites  were 
chosen  and  the  total  number  of  measurements  obtain- 
able each  day  for  99  percent  of  all  hours  were 
calculated  based  on  a  radiated  power  of  100  kw. 
Calculations  were  made  for  a  range  of  radiated  powers 
from  25  to  100  kw  and  the  resulting  number  of 
measurements  obtainable  as  a  function  of  the  cost 
per  measurement  was  determined.  The  results  of 
this  study  [Watt  and  Plush,  1959]  indicated  a 
preference  for  a  radiated  power  in  the  order  of  100  kw. 

The  results  of  this  study  are  summarized  in  table  1, 
where  the  various  assumptions  made  are  indicated 
along  with  a  tabulation  of  the  total  number  of 
measurements  obtainable  for  99  percent  of  all  hours 
with  100  kw  radiated  at  20  kc/s  12  for  the  months 
of  June  and  December  assuming  a  precision  of  fre- 
quency comparison  of  1  part  in  109.  The  method 
of  analysis  and  some  of  the  assumptions  made  in 
this  analysis  are  contained  in  the  following  sections. 

4.1.  Propagation  Path  Attenuation  Rates 

It  is  relatively  well  known  that  the  attenuation 
rate  (a)  to  be  employed  in  field  strength  equations 
such  as  (2)  in  the  paper  by  Watt  and  Plush  [1959], 
expressed  in  decibels  per  1,000  km  (db/K),  is  depend- 
ent upon  a  number  of  factors  including:  frequency, 
ionospheric  conditions,  earth's  surface  conditions, 
and  the  earth's  magnetic  field. 

Experimental  and  theoretical  studies  indicate  that 
there  is  a  broad  minimum  in  the  attenuation-versus- 
frequency  curve  which  is  centered  somewhere  in  the 
vicinity  of  16  to  18  kc/s.  The  shape  of  this  attenua- 
tion curve  is  likely  to  vary  between  day  and  night 
conditions,  and  is  also  likely  to  be  different  for 
east-to-west  and  west-to-east  propagation.  It  would 
appear  from  an  analysis  of  results  obtained  from 
many  different  sources  that  the  east-to-west  (mag- 
netic) attenuation  rate  in  some  cases  may  be  as  much 
as  1  or  2  db/K  greater  than  the  west-to-east  attenua- 
tion rates.  This  effect  is  expected  to  be  more 
pronounced  at  night;  in  addition  this  difference  in 
attenuation  rate  with  direction  is  expected  to  be 
greater  at  the  lower  frequencies;  viz,  10  to  14  kc/s, 
and  relatively  small  in  the  vicinity  of  20  kc/s.  These 
effects  have  been  discussed  bv  various  authors  [H.  J. 
Round,  T.  E.  Eckerslev,  K.  Tremellen,  and  F.  C. 
Lunnon,  1925;  K.  G.  Budden,  1951  and  1952;  J.  R. 
Wait,  1958  and  1961b;  and  D.  D.  Crombie,  1958]. 

Approximate  values  for  the  average  daytime  at- 
tenuation rate  (a)  in  the  vicinity  of  20  kc/s  are: 
sea  ~2,  average  land  ~4,  estimated  values  for  perma- 
frost and  icecap  are  7  and  18.  When  mixed  surface 
conditions  are  encountered  along  the  path,  as  is 

"  It  should  be  noted  that  20  kc/s  has  been  employed  in  these  calculations 
because:  (1)  20  kc/s  is  an  internationally  assigned  standard  frequency,  (2)  the 
power  requirements  for  worldwide  coverage  are  expected  to  be  near  a  minimum 
at  this  frequency,  (3)  considerable  propagation  data  is  available  in  this  region. 
Further  research  on  attenuation  and  phase  stability  should  be  conducted  over 
the  whole  VLF  spectrum  to  determine  the  suitability  of  other  frequencies  for 
standard  frequency  and  time  distribution. 


usually  the  case  in  practice,  the  total  average  path 
attenuation  will  not  always  be  exactly  equal  to  the 
sum  of  the  attenuations  expected  from  each  individ- 
ual portion  of  the  path.  This  may  be  due  in  some 
cases  to  a  transfer  of  energy  from  the  dominant  to 
higher  order  modes  caused  by  the  discontinuities  in 
conductivity  at  the  surface.  It  is  also  likely  that 
low  conductivity  at  the  earth's  surface  will  produce 
appreciably  greater  attenuation  during  the  day  when 
the  ionosphere  is  low  than  at  night  when  it  is  higher. 

After  determining  the  various  amounts  of  surface 
types  along  the  individual  paths,  expected  average 
attenuation  rates  have  been  assigned  for  each  of  the 
receiving  locations  in  table  1.  In  some  cases  recipro- 
cal path  values  have  been  employed  and,  in  general, 
values  quoted  are  as  high  as  anticipated  from  a 
consideration  of  all  possible  attenuation  mechanisms. 

Field  strengths  anticipated  for  these  particular 
paths  have  been  calculated  employing  the  relation- 
ships given  by  Watt  and  Plush  [1959];  the  results 
are  shown  in  column  5  of  table  1  for  an  assumed 
radiated  power  of  100  kw  at  a  frequency  of  20  kc/s. 

4.2.  Expected  Availability  and  Precision  of  Fre- 
quency Comparison 

The  carrier  to  noise  available  at  the  receiving 
location  may  in  some  cases  be  the  limiting  factor  as 
regards  the  time  required  to  obtain  a  frequency 
comparison  of,  say,  1  part  in  109.  Median  atmos- 
pheric noise  fields  expected  for  the  various  receiving 
locations  have  been  obtained  from  Crichlow,  Smith, 
Morton,  and  Corliss  [1955]  and  the  results  presented 
in  columns  6  and  7  of  table  1.  Combining  the  pre  - 
vious information  regarding  carrier  field  intensities 
with  the  noise  field  intensity  data,  we  have  obtained 
the  minimum  expected  observation  times  required 
to  compare  frequency  to  1  part  in  109  for  100  kilo- 
watts radiated  as  shown  in  columns  14  and  15. 

Pierce  [1957]  has  shown  that  the  transmission  path 
phase  is  very  stable  and  that  the  diurnal  variations 
caused  by  sunrise  or  sunset  along  the  Rugby  to  Cam- 
bridge path  are  surprisingly  constant  throughout  the 
year.  During  the  all  sunlight  period  the  path  phase 
appears  more  stable  than  at  night  for  frequencies  of 
16  to  60  kc/s.  We  have  determined,  on  the  basis 
described  by  Watt  and  Plush  [1959],  the  minimum 
observing  tunes  required  to  obtain  a  precision  of  1 
part  in  109  based  on  path  phase  variations  expected 
for  both  day  and  night  conditions.  It  should  be 
noted  that  a  (0)  has  been  assumed  to  increase  as  the 
square  root  of  distance  which  is  what  one  would 
expect  of  sections  of  variable  delay  wave  guides 
connected  in  series.  These  results  are  presented  in 
columns  12  and  13. 

Although  it  is  obvious  that  in  a  case  where  mini- 
mum observing  times  based  on  path  phase  variabil- 
ity and  carrier-to-noise  ratio  are  nearly  the  same, 
the  combined  effect  will  require  a  longer  observation 
time  than  indicated  for  either  limitation.  We  have 
neglected  this  effect  and  have  considered  only  the 
one  condition  which  requires  the  longer  period. 

In  order  to  get  some  idea  of  the  relative  service 
obtainable  from  the  proposed  standard  frequency 
and  time  signal  broadcast,  the  total  number  of 
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measurements  with  a  precision  of  1  part  in  109 
obtainable  per  24  hr  for  99  percent  of  all  hours  have 
been  obtained  by  dividing  the  number  of  hours  of 
all-day  or  all-night  over  the  particular  path  by  the 
appropriate  minimum  observing  times  and  adding, 
as  shown  in  columns  16  and  .17  for  the  months  of 
June  and  December.  It  can  be  seen  from  this  tabula- 
tion that  the  service  provided  at  various  locations  is 
appreciably  different;  however,  it  is  interesting  to 
observe  that  in  all  but  one  case  an  appreciable 
number  of  measurements  can  be  made,  throughout 
each  day,  and  that  in  the  worst  case,  for  transmis- 
sions to  New  Delhi,  at  least  one  comparison  with  a 
precision  of  1  part  in  109  is  expected  in  each  day. 
In  many  of  the  closer  more  favorable  locations,  it 
would  appear  that  precision  of  3  parts  in  1010  or  better 
can  be  expected  where  observing  times  of  at  least 
2  hr  or  more  over  daylight  paths  are  possible.  The 
maximum  precision  obtainable  that  can  be  expected 
and  any  locations  can  readily  be  calculated  using  the 
procedures  outlined  earlier  [Watt  and  Plush,  1959]. 

5.  Appendix 

5.1.  Timing  Accuracy  Obtainable  With  an  On-Off 
Keyed  Carrier  in  the  Presence  of  Thermal  Noise 

It  is  well  known  that  the  slope  of  the  envelope  at 
the  one-half  amplitude  point  of  a  keyed  carrier 
passed  through  a  filter  with  a  6  db  bandwidth  Bt  is 


fa** 


(Al) 


where  E  is  the  maximum  or  locked  keyed  carrier 
voltage,  and  dv/dt  is  the  slope  observed  at  the  one- 
half  carrier  envelope  amplitude  point. 

When  thermal  type  noise  is  present,  the  envelope 
of  the  keyed  carrier  can  be  expected  to  have  a 
standard  deviation  in  amplitude  of  <x(a)  for  C/Ar»l 
with  an  envelope  detector  or  for  all  C/N  ratios  if  a 
synchronous  detector  is  employed.  If  the  point  at 
which  the  noise  free  keyed  carrier  crosses  the  E/2 
point  is  chosen  as  a  reference  T0,  it  can  be  seen  that 
the  actual  crossing  point  in  the  presence  of  noise  will 
vary  about  this  point.  The  standard  deviation  of 
this  crossing  time  is  defined  as  <r(Te),  and  it  is  easily 
seen  that 


a{a)la{Te)=dvldt=EBt 

o(Te)  =  <r(d)/EBt 


(A2) 
(A3) 


Since  E=-\2  C  where  C  is  the  rms  carrier  and 
<r(a)=V2  where  A^is  the  rms  noise  in  the  receiver 
IF  band  pass  filter,  we  can  write 


■{Te)  = 


(C/N)B, 


(A4) 


When  the  receiver  effective  bandwidth  is  Br(c/s) 
and  we  use  the  convention  of  C/A^i  kc,  i.e.,  the  rms 
carrier  to  rms  noise  in  a  one  kc/s  effective  band,  we 
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obtain  for  a  single  sample 


(T,_^  Br/1, 000 
n  J  (C/NUc)B, 
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Remote  Phase  Control  of  Radio  Station 
WWVL 


The  standard  very-low -frequency  20-kc.  emission 
from  the  National  Bureau  of  Standards  radio  station 
WWVL  at  Sunset,  Colorado,  has  been  synchronized 
with  the  frequency  of  a  working  atomic  standard 
located  at  the  National  Bureau  of  Standards  Labora- 
tories in  Boulder,  Colorado,  eleven  miles  from  the 
transmitter  site.  The  phase -lock  loop  for  this  purpose 
uses  a  sorvosystem  similar  to  that  described  by 
Looncy1,  with  the  system  elements  necessarily  divided 
between  the  two  locations.  At  Boulder  Laboratories 
is  located  a  20-kc. /s.  receiver,  phase  detector,  atomic 
standard  and  a  f»0  Mc./s.  F.M.  auxiliary  transmitter 
for  returning  error  and  reference  phase  signals,  by 
means  of  duplexing,  to  a  400  c.p.s.  r.wo-phaso  servo- 
motor with  gear  reduction  which  drivos  a  rosolver  at 
tho  transmitter  site.  The  rosolver,  which  is  located 
electrically  between  the  local  crystal  oscillator  and 
t  ransmitter  input,  thus  corrects  the  transmitter  input 
phase  so  as  to  maintain  the  transmitted  output 
phase,  as  received  at  Boulder  Laboratories,  in  syn- 
chronism with  the  phase  of  the  controlling  atomic 
oscillator.  This  system  therefore  corrects  for 
frequency  drift  of  the  transmitter  cont  rol  oscillator  as 
well  as  for  changos  in  phase  which  in  general  are 
known  to  occur  in  the  transmitter  and  antenna  sys- 
tem (ref.  2  and  Watt.  A.  D.,  private  communication). 
Comparisons  made  on  a  vory-low-freipiency  monitor 
between  tho  phase  of  the  received  20-kc. /s.  signal  at 
Boulder  Laboratories  and  that  derived  from  the 
working  atomic  standard  oscillator  show  (hat  any 
uncorrected  random  phase  variations  may  amount  to 
no  more  than  0  0o  [isec.  phase  shift  so  that  trans- 
mitted phase  stability  is  essentially  that  of  tho 
working  atomic  oscillator. 

From  the  results  of  daily  comparisons  of  the 
controlling  atomic  oscillator  with  that  of  the  United 
States  frequency  standard3,  daily  variations  of  the 
frequency  of  the  working  atomic  standard  are  of  the 
order  of  1  or  2  in  10-". 

H.  L.  Fey 
J.  B.  Milton 
A.  H.  Morgan 

National  Bureau  of  Standards. 
Boulder  Laboratories, 
Radio  Broadcast  Services. 
Boulder,  Colorado. 
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The  purpose  of  the  experiment  given  in  this  paper  was  to  measure  the  differential 
phase  stability  of  two  VLF  carriers  (19.9  kc/s  and  20.0  kc/s)  as  received  at  Austin,  Tex., 
as  a  function  of  the  observing  time,  using  the  former  low  power  standard  frequency  broad- 
casts of  WWVL,  Sunset,  Colo. 

These  measurements  indicate  that,  at  the  distance  involved  (1400  km)  and  with  an 
averaging  time  of  a  few  hours,  the  envelope  or  group  delay  variations  will  cause  a  "jitter" 
in  the  received  envelope  zeros  at  the  receiver  of  less  than  one  cycle  at  20.0  kc/s.  Therefore, 
a  particular  cycle  of  the  20.0  kc/s  carrier  as  transmitted  may  be  identified  at  the  receiver, 
thus  providing  "microsecond"  timing. 


1.  Introduction 

It  is  well  known  that  the  precision  of  high-fre- 
quency (HF)  signals  is  several  orders  less  than  that 
of  very  low-frequency  (VLF)  signals  due  to  the 
severe  and  unpredictable  variations  in  the  propa- 
gation medium.  This  sets  an  upper  limit  to  the 
precision  with  which  widely  separated  clocks  may 
be  synchronized  using  HF  timing  signals  and  with 
which  frequency  comparisons  may  be  made  (fig.  1). 

Because  of  their  high  phase  stability  and  low  at- 
tenuation rates,  VLF  signals  are  well  suited  for  the 
dissemination  of  standard  frequencies.  This  was  the 
basis  for  changing  to  their  use  in  1961  in  calibrating 
and  controlling  the  frequencies  as  broadcast  at 
WWV.  The  marked  improvement  that  resulted  is 
clearly  evident  in  figure  1,  where  S2  is  the  sample 
variance  and  S  the  sample  standard  deviation  of  the 
mean,  in  parts  in  10'°.  Further  evidence  in  the  high 
stability  of  LF  and  VLF  signals  is  given  in  figure  2, 
which  shows  the  excellent  agreement  of  the  signals  of 
the  NBS  standard  LF  (WWVB)  and  VLF  (WWVL) 
stations  as  received  at  WWV. 

If  the  precisions  of  frequency  comparison  of  a  few 
parts  in  10"  [Pierce,  1958]  were  obtainable  in  the 
dissemination  of  time  signals,  it  would  permit  syn- 
chronization of  clocks  to  1  jusec  over  wide  areas  of 
the  world.  Because  of  the  narrow  bandwidths  avail- 
able at  VLF  and  the  high  Q  factors  of  the  antennas, 
it  has  not  been  possible  to  use  sharply  rising  pulses 
as  precise  time  markers. 

This  appears  to  be  a  basic  limitation,  and  if  so,  it 
could  not  be  circumvented  by  trick  circuitry.  In 
any  case,  the  bandwidths  needed  for  such  pulses  are 
simply  not  available.  Moreover,  even  if  they  were, 
it  appears  that  the  high  ambient  noise  levels  at  VLF 
would  be  a  severe  problem  in  the  effective  use  of 
wideband  svstems. 


1  This  paper  was  given  at  the  VLF  Symposium  in  Boulder,  Colo.,  August  13, 

2  Radio  Standards  Laboratory,  National  Bureau  of  Standards,  Boulder  Labo- 
ratories, Boulder,  Colo. 

3  Senior  Vice  President,  Tracor,  Inc.,  Austin,  Tex. 


Figure  1. 


Improvements  in  the  frequency  control  of  WWV. 
The  units  of  .S  are  in  parts  in  10'". 
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Agreement  of  values  of  frequency  of  WWVL  and 
WWVB  as  received  at  WWV. 


The  positive  zero  crossovers  of  the  carrier  wave, 
however,  do  provide  the  desired  precision  for  timing 
marks,  but  at  20  kc/s,  for  instance,  there  are  am- 
biguities in  the  time  every  50  usee.  To  resolve  these 
ambiguities  another  carrier  frequency,  19.9  kc/s,  for 
example,  may  be  transmitted  every  second.  The 
much  more  widely  spaced  zero  crossovers  of  the  re- 
ceived envelope  serve  as  coarse  time  markers  to 
identify  certain  cycles  of  the  carrier.    They,  in  turn, 
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may  be  identified  by  reference  to  other  time  scales 
such  as  the  signals  of  WWV. 

However,  high  differential  phase  stability  is 
necessary  in  order  to  be  able  to  identify  the  correct 
carrier  cycle  with  this  method. 

The  group  delay  of  these  signals,  as  given  in  a 
previous  paper  [Watt  et  al.,  1961]  is 


co2  —  a>! 


(1) 


where  <f>=cot.  As  pointed  out  in  the  previous  paper 
the  received  phase,  0,  at  each  carrier  frequency  may 
consist  of  a  constant  term,  0',  and  a  fluctuating  term, 
±50',  due  to  effects  of  the  propagation  medium;  i.e., 
0  =  0' ±50'.  This  would  also  indicate  that  the  group 
delay  time  could  be  similarily  expressed;  i.e.,  td=ta 
±8td.  If  these  expressions  are  put  into  (1),  the 
result  is 

(2) 

a>2 — 

The  differential  phase  is  the  quantity  of  interest, 
and  is  given  as 

(502-500 


8t' 


or,  briefly,  as 
where 


(3) 
(4) 


(w2  —  Wj) 

A(5<t>')=Ao8t'd, 

A(50')  =  (502— 50j)  and  Aw  =  (w2— 
In  the  previous  paper  a  discussion  was  given  of  the 


basic  limitations  in  the  stability  of  the  VLF  signals, 
including  path  phase  distortion,  carrier-to-noise,  and 
group  delay  variations  as  related  to  the  time  dissem- 
ination problem. 

2.  Purpose  of  the  Experiment 

The  purpose  of  this  experiment  was  to  measure 
the  differential  phase  stability  of  two  VLF  carriers 
(19.9  kc/s  and  20.0  kc/s)  as  received  at  Austin,  Tex., 
as  a  function  of  the  length  of  the  observing  time. 
These  results  were  obtained  by  using  the  former  low 
power  standard  frequency  broadcasts  of  WWVL, 
Sunset,  Colo. 

It  may  be  shown  from  (1)  that  a  change  in  the 
phase  of  zeros  of  either  carrier  wave  as  received  will 
cause  a  change  in  the  antiphase  points  that  is  larger 
by  a  factor  equal  to  the  ratio  of  the  carrier  frequency 
(which  everyone  is  chosen  for  the  timing)  to  the 
envelope  frequency.  In  this  case  (at  20  kc/s)  the 
factor  is  20,000  c/s|100  c/s=200. 

3.  Description  of  the  Experiment 

Such  signals,  phase  locked  [Fey  et  al.  1962]  to  the 
working  frequency  standard  (fig.  3)  by  means  of  a 
VHF  radio  link  to  eliminate  the  effects  of  phase 
shifts  in  the  VLF  antenna  system  and  transmitter, 
were  transmitted  from  Sunset,  Colo.,  and  received 
at  Austin,  Tex.,  a  distance  of  about  1400  km.  The 
receiving  equipment  used  consisted  of  two  phase- 
locked  receivers,  one  at  each  carrier  frequency,  with 
provision  to  record  a  voltage  analog  of  the  received 
phase  of  each. 
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Figure  3.    Sunset  phase-lock  system  for  WWVL  {20  kc/s). 
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A  simplified  block  diagram  of  a  typical  phase-lock 
receiver  is  shown  in  figure  4.  As  may  be  seen,  the 
signal  available  to  the  user  is  not  the  received  signal 
but  one  locally  generated  and  kept  in  phase  lock  with 
it.  Therefore,  the  receiver  output  signal  is:  (1) 
very  constant  in  amplitude  and  (2)  relatively  free  of 
noise  perturbations,  both  very  important  considera- 
tions. The  receiving;  system  acts  as  a  verv  narrow 
band  filter  (bandwidths  of  0.01  to  0.001  cycle) 
which  permits  use  of  signals  several  tens  of  decibels 
below  the  noise  in  a  1  kc/s  bandwidth. 
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Figure  4.    Phase-lock  receiving  system. 


A  block  diagram  of  the  receiving  system  used  is 
shown  in  figure  5.  It  may  be  seen  that  a  differential 
phase  meter  was  also  included  to  record  continuously 
the  differences  in  phase  of  the  two  signals.  A 
typical  set  of  records  is  shown  in  figure  6,  where  the 
lower  parallel  traces  represent  the  received  phase  of 
the  20.0  and  19.9  kc/s  carriers.  That  the  traces 
of  the  two  signals  follows  each  other  very  closely  is 
quite  apparent.  The  upper  trace  is  the  magnified 
phase  difference  between  the  two  carriers. 
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Figure  5.    Diagram  of  receiving  system  at  Austin,  Tex. 


Figure  6.    Typical  set  of  recordings,  February  1963. 
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Figure  7.    Differential  phase  stability. 
(Sampling  time=7.5  min.) 

4.  Preliminary  Results  Obtained 

Two  sets  of  several  days  recordings,  as  described 
above,  were  made  at  Austin,  Tex.,  and  the  data 
analyzed. 

For  analysis  by  a  digital  computer,  the  data  on  the 
differential  phase  records  were  scaled  at  intervals  of 
7/2  min  for  the  first  set  of  records  and  at  5-min 
intervals  for  the  second  set,  but  excluding  periods  of 
diurnal  phase  shifts.  The  calculated  results  are 
shown  in  figures  7  and  8.  They  are  a  plot  of  the 
sample  standard  deviation,  in  microseconds,  as  a 
function  of  the  averaging  time  in  seconds,  of  the 
differential  phase  converted  to  differential  time,  as 
given  in  (3),  between  the  19.9  and  20.0  kc/s  signals 
as  received  in  Austin,  Tex. 

The  results  given  in  figures  7  and  8  indicate  that, 
with  an  averaging  time  of  a  few  hours,  the  envelope 
or  group  delay  variations  will  cause  a  "jitter"  in  the 
envelope  zeros  at  the  receiver  of  about  ±50  /^sec,  or 
about  1  cycle  at  20  kc/s,  during  periods  of  no  diurnal 
phase  change.    This  means  that  a  particular  cycle 
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Figure  8.    Differential  phase  stability. 
(Sampling  time  =  5.0  min.) 

of  the  carrier  as  transmitted  may  be  identified  at 
Austin,  Tex.,  provided  the  group  delay  time  over  the 
path  is  known.  In  that  case,  a  precise  clock  in 
Austin  could  be  synchronized  to  one  in  Boulder  to 
"microsecond"  accuracy  using  the  zero  crossovers 
of  the  20.0  kc/s  signals. 
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(Received  December  31,  1964;  revised  February  23,  1965) 

A  study  was  made  of  data  obtained  over  an  18-month  period  (July  1961  to  December  1962,  inclusive) 
on  the  comparison  of  atomic  frequency  standards  located  in  seven  laboratories  in  the  United  States, 
Europe,  and  Canada,  using  the  VLF  signals  of  GBR  (16  kc/s),  Rugby,  England,  and  NBA  (18kc/s), 
Balboa,  Canal  Zone.  Each  laboratory  observes  the  accumulated  difference  in  phase  over  a  24-hr 
period  (the  same  for  all  laboratories,  or  nearly  so)  between  its  own  standard  (either  laboratory  or  com- 
mercially constructed)  and  the  received  VLF  signal.  A  statistical  analysis  was  designed  to  separate 
the  observations  at  each  laboratory  into  three  components:  (a)  long-term  mean  differences  among  the 
atomic  standards;  (b)  estimates  of  the  standard  deviations,  3,,  at  each  receiving  station;  and  (c)  esti- 
mates of  the  transmitter  standard  deviations,  t.  Each  a,  includes  receiver  fluctuations,  propagation 
effects  perculiar  to  the  path,  and  measurement  uncertainties:  r  includes  the  transmitter  fluctuations 
and  propagation  effects  common  to  all  paths. 

The  study  shows  that  &i  at  each  receiver  varied  from  a  low  of  0.39  X  10~'°  units  of  fractional  fre- 
quency (that  is,  0.39  parts  in  1010)  (GBR  data)  at  LSRH  to  a  high  of  1.97  x  10"10  (GBR  data)  at  NRC 
with  an  average  for  all  stations  of  1.01  X  10~'°  measured  against  GBR  and  0.99  X  10~10  when  measured 
against  NBA.  Also,  the  average  t  for  GBR  is  1.26  X  10"10  and  for  NBA  is  0.68  X  10"10.  Finally,  it  is 
shown  that:  (1)  the  means  of  the  f  requencies  of  the  seven  individual  laboratories  agreed  with  the  grand 
mean  of  these  seven  laboratories  to  within  ±2  parts  in  1010  for  the  18-month  period,  and  (2)  the  labora- 
tory-type standards  agreed  with  their  grand  mean  to  within  ±1  part  in  1010. 


1.  Introduction 

The  agreement  between  atomic  frequency  stand- 
ards of  varied  construction  in  many  laboratories  dis- 
tributed widely  over  the  world  is  noteworthy.  This 
agreement  establishes  confidence  in  such  atomic 
devices  as  standards  of  time  and  provides  a  basis  for 
defining  an  atomic  second  [NBS,  1964].  This  present 
paper  tests  the  agreement  between  atomic  frequency 
standards  through  the  medium  of  VLF  radio  signals 
and  derives  measures  of  their  individual  precisions. 

The  atomic  frequency  standards  of  seven  labora- 
tories located  in  the  United  States,  Europe,  and  Canada 
were  compared  by  means  of  a  fairly  complete  statistical 
analysis  of  data  gathered  and  exchanged  over  an  18- 
month  period,  July  1961  through  December  1962. 
Each  laboratory  operates  one  or  more  atomic  stand- 
ards, which  may  be  either  laboratory  designed  and 
constructed  or  commercially  constructed,  and  makes 
daily  measurements  of  the  received  phase  of  stabilized 
VLF  signals  from  stations  GBR  and  NBA.  Each  then 
reports  the  deviations  of  the  frequencies  of  the  re- 
ceived signals  from  nominal  (i.e.,  the  rated  frequency 
as  defined  by  its  own  atomic  standard).  The  reported 
values  are  24-hr  averages  centered  at  about  the  same 
value  of  UT. 


'  A  condensed  version  of  this  paper  was  presented  at  the  URSI  XIV  General  Assembly 
in  Tokyo,  Japan,  September  1963.    [Morgan,  Blair,  and  Crow,  1965.] 


Six  of  the  laboratories  involved  are:  Centre  National 
d'Etudes  des  Telecommunications  (CNET),  Bagneux, 
Seine,  France;  Cruft  Laboratories  (CRUFT),  Harvard 
University,  Cambridge,  Mass.;  Laboratoire  Suisse  de 
Recherches  Horlogeres  (LSRH),  Neuchatel,  Switzer- 
land; National  Bureau  of  Standards  (NBS),  Boulder, 
Colo.;  National  Physical  Laboratory  (NPL),  Tedding- 
ton,  Middlesex,  England;  National  Research  Council 
(NRC),  Ottawa,  Ontario,  Canada.  Also  included  are 
the  data  obtained  by  the  U.S.  Naval  Observatory 
(NOB),  Washington,  D.C.,  which  obtains  a  "mean 
atomic  standard"  by  using  weighted  results  from  nine 
laboratories  including  the  above  six  [Markowitz,  1962]. 

A  number  of  comparisons  of  atomic  frequency  stand- 
ards by  radio  transmissions,  VLF  transmissions  in 
particular,  have  already  been  published  [e.g.,  Pierce, 
1957;  Essen,  Parry,  and  Pierce,  1957;  Holloway,  Main- 
berger,  Reder,  Winkler,  Essen,  and  Parry,  1959; 
Pierce,  Winkler,  and  Corke,  1960;  Markowitz,  1961; 
Richardson,  Beehler,  Mockler,  and  Fey,  1961;  Essen 
and  Steele,  1962;  Mitchell,  1963;  Markowitz,  1964]. 
The  summary  statistics  of  these  papers  have  been 
primarily  mean  differences  and  standard  deviations 
of  differences.  In  addition,  Mitchell  analyzed  data 
from  pairs  of  laboratories  to  separate  out  standard 
deviations  associated  with  each  laboratory  and  with 
the  transmitter.  The  present  paper  provides  an  analy- 
sis similar  to  Mitchell's  applicable  to  any  number 
of  laboratories  simultaneously. 
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2.  Stabilized  Very-Low-Frequency 
Transmissions  Used 

The  stabilized  VLF  transmissions  of  GBR  (16  kc/s), 
Rugby,  England,  and  NBA  (18  kc/s),  Balboa,  Panama 
Canal  Zone,  were  used  by  all  the  laboratories  con- 
cerned to  obtain  the  comparison  data.  The  VLF 
transmitters  are  directly  controlled  by  oscillators, 
which  require  regular  periodic  calibration  and  adjust- 
ment, and  give  transmitted  stabilities  (standard  devia- 
tions of  fractional  frequency)  of  the  order  of  1  or  2 
parts  in  1010.  The  transmitted  carrier  frequencies  are 
held  as  constant  as  possible  with  reference  to  an  atomic 
standard  but  are  offset  in  frequency  so  that  the  trans- 
mitted time  pulses  may  be  kept  in  closer  agreement 
with  the  UT-2  scale.  The  amount  of  fractional  fre- 
quency offset  is  determined  in  advance  for  each  year 
by  the  Bureau  International  d  l'Heure,  Paris,  France, 
through  cooperative  efforts  of  several  astronomical 
observatories  throughout  the  world,  and  is  based  on 
the  assumed  value  of  the  cesium  resonance  of 
9,192,631,770  c/s. 

3.  Brief  Description  of  Measurement 
Techniques 

Figure  1  shows  the  locations  of  the  laboratories 
participating  in  these  studies  and  the  radio  transmis- 


sion paths  to  each  from  GBR  and  NBA.  Each  labora- 
tory maintains  one  or  more  atomic  frequency  standards, 
makes  daily  measurements  of  GBR  and  NBA,  and  re- 
ports the  deviation  of  the  received  VLF  signals  from 
nominal  (as  indicated  by  the  local  atomic  frequency 
standards).  Table  1  lists  the  location,  type,  and  stated 
accuracy  of  such  standards  at  the  receiving  labora- 
tories. Usually  the  received  phase  of  each  transmis- 
sion is  recorded  in  terms  of  a  local,  reference  quartz 
oscillator  which,  in  turn,  is  calibrated  periodically  by 
an  atomic  frequency  standard. 
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Figure  1.    Location  of  transmitters  and  receiving  laboratories. 


Table  1.    Characteristics  of  Laboratory  Atomic  Standards 
(These  are  not  complete.    In  particular,  the  averaging  time  with  which  the  accuracy  or  precision  should  be  associated  is  not  listed.  ) 


Laboratory 

Abbreviation 

Approximate 
Geographic 
Location 

Type  of 
Atomic 
Standard 

Reported 
Accuracy 
x  10-10 

Reported  f 

xTo'-si°n 

Reference  for 
Accuracy  and 
Precision 

Method  of  Distributing 

Results  by 
Laboratory  Concerned 

Centre  National  d'Etudes 
des  Telecommunications 
Bagneux,  Seine,  France 

CNET 

48°  48,  N 

2°  19  E 

Cs  Beam 
(Atomichron 
#107) 

+  2.  2 
(Sys.  Dev. 
from  Avg. 
of  6  labs) 

2-3 

Decaux  [l963j 

L'ONDE  Electrique  and  monthly 
circulation 

Cruft  Laboratories 
Harvard  University 
Cambridge,  Mass.,  USA 

CRUFT 

42°  22,  N 
71°    6  W 

Cs  Beam 
(Atomichrons 
#202;  #112) 

5 

(Mfg.  's 
guarantee) 

2 

Pierce  tl963] 

Monthly  circulation 

Laboratoire  Suisse  de 
Recherche  Horlogere 
Neuchatel,  Switzerland 

LSRH 

47°  00,  N 
6°  57  E 

Cs  Beam 

0.  3 

2.  7 

Kartaschoff 
[1962] 

Observatoire  de  Neuchatel 
Bulletin  Serie  c  -  monthly 

National  Bureau  of  Standards 
Boulder,  Colorado,  USA 

NBS  (USFS)  (U.  S. 
Frequency  Standard) 

40°  00,  N 
105°  16  W 

Cs  Beam 

0.  1 

0.  2 

Beehler  et  al. 
[1962] 

NBS  -  FM  monthly  report  *** 
from  Frequency-Time  Dis- 
semination Research  Section 

National  Physical  Laboratory 
Teddington,  Middlesex 
England 

NPL 

51°  25,  N 
0°  20  W 

Cs  Beam 

0.  3 

1 

Essen  &  Steele 
[i962];NPL 
[1963;  1964] 

Electronic  Technology  and 
monthly  circulation 

National  Research  Council 
Ottawa,  Ontario,  Canada 

NRC 

45°  25,  N 
75°  43  W 

3** 

Kalra  [l96l] 

Monthly  circulation 

U.  S.  Naval  Observatory 
Washington,  D.  C.  ,  USA 

NOB 

38°  55,  N 
77°  39  W 

Cs  Beam 
(weighted  aver- 
age of  9  Cs 
resonators  in-  " 
eluding  Atomi- 
chrons) 

0.  2 

Markowitz 
[1962] 

Time  Service  Bulletins 
and  weekly  circulation 

Standard  deviation  is  often  but  not  always  specified. 

The  term  "stability"  was  used,  so  that  this  result  perhaps  should  be  in  the  "precision"  column. 

About  10  per  cent  more  days  of  data  were  used  in  the  present  analysis  than  was  reported  in  the  FM 
monthly  reports. 
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FIGURE  2.    Block  diagram  of  typical  VLF  phase  comparison  at 
NBS,  Boulder,  Colo. 


One  prevalent  VLF  measuring  system  employs  a 
phase-lock  receiver  such  as  shown  in  the  simplified 
diagram  of  figure  2  [Morgan  and  Andrews,  1961].  In 
such  a  system  the  servodriven  phase-shifter  continu- 
ously phase  locks  a  synthesized  signal  from  the  local 
standard  to  the  received  VLF  signal.  A  linear  poten- 
tiometer, connected  to  a  constant  direct  voltage, 
generates  the  voltage  analog  of  the  phase-shifter  posi- 
tion. The  sensitivity  of  the  voltage  analog  recorder  is 
determined  by  the  gear  ratio  between  the  potentiom- 
eter shaft  and  the  phase-shifter  shaft.  The  overall 
frequency  bandwidth  of  a  typical  phase-lock  servo- 
system  is  in  the  range  of  0.01  to  0.001  c/s.  The  maxi- 
mum fractional  frequency  difference  between  an 
incoming  signal  and  the  local  standard  that  may  be 
tracked  is  usually  near  5  parts  in  108  (or  a  change  of 
about  3  jusec  per  minute). 

The  measuring  system  of  figure  2  (located  at  NBS) 
produces  phase  records  of  width  4.5  in.  for  the  full 
scale  sensitivity  of  100  fisec,  with  coordinate  lines  at 
intervals  of  2  yu.sec.  The  time  scale,  controlled  by 
the  recorder  speed,  normally  provides  Va  in.  per  20 
min,  which  is  the  interval  between  coordinate  lines. 
Measurements  on  the  phase  records  are  made  during 
the  time  the  propagation  path  is  sunlit  and  phase 
fluctuations  are  minimal.  The  duration  of  such  a 
quiet  period  varies  with  the  seasons;  it  ranges,  how- 
ever, from  about  2  hr  to  8  or  10  hr.  (The  standard 
deviation  of  phase  fluctuations  in  NBA  recordings  at 
NBS  during  the  daytime  was  found  to  be  several  tenths 
of  a  /^second  for  a  series  of  20-min  measurements 
taken  over  a  7-hr  period.) 

The  error  of  observing  the  accumulated  phase  at 
each  laboratory  has  not  been  completely  evaluated; 
any  measurement  system,  however,  introduces  meas- 
urement error.  The  measuring  system  may  also 
introduce  a  smoothing  or  averaging  effect,  especially 
if  it  produces  a  continuous  record.  Such  smoothing 
may  reduce  fluctuations  of  interest,  from  frequency 
standards  and  propagation  in  the  present  case,  as 
well  as  measurement  error.  Fluctuations  of  periods 
as  short  as  5  min  are  visible  on  the  NBS  records; 


this  implies  that  the  averaging  time  of  the  system  is 
of  the  order  of  2  min  or  less.  Consequently,  only  a 
negligible  proportion  of  the  accumulated  phase  dif- 
ference over  24  hr  could  be  averaged  out. 

The  phase  records  from  the  system  of  figure  2  are 
read  to  the  nearest  /xsec.  (They  could  be  read  more 
closely,  but  the  improvement  might  be  marginal  rela- 
tive to  the  other  errors.)  The  resulting  maximum 
reading  error  of  0.5  //.sec  corresponds  to  6  parts  in  1012 
over  a  24-hr  period.  Taking  account  of  the  two  inde- 
pendent readings,  initial  and  final,  needed  to  produce 
the  24-hr  increment  in  phase  and  assuming  a  uniform 
distribution  of  errors  up  to  the  maximum,  leads  to 
the  figure  of  0.05  parts  in  1010  for  the  standard  deviation 
of  the  fractional  frequency  due  to  reading  error.  This 
is  a  contribution  to  the  estimated  standard  deviation 
at  of  the  local  atomic  standard  defined  in  section  4 
and  evaluated  in  figures  5  and  6,  but  it  is  an  order  of 
magnitude  less  than  the  total.  There  may  be  appre- 
ciable measurement  error  beyond  the  reading  error. 
No  attempt  has  been  made  to  survey  the  measurement 
errors  of  the  laboratories  other  than  NBS. 

The  reported  frequency  values,  obtained  from  phase 
measurements  at  each  laboratory,  represent  24-hr 
averages  centered  at  the  same  value  of  UT,  0300  UT, 
except  for  one  set  of  values  — those  reported  by  NBS 
for  NBA  transmissions.  These  were  centered  at 
0600  UT  to  avoid  diurnal  side  effects  during  the  winter 
sunrise  periods. 

4.  Methods  of  Statistical  Analysis 

The  purpose  of  the  statistical  analysis  is  to  attempt 
to  separate  the  relative  observations  at  each  laboratory 
into  components  associated  with:  (a)  the  long-term 
mean  differences  between  the  atomic  standards; 
(b)  effects  of  the  fluctuations  of  the  receiving  system, 
propagation  effects  peculiar  to  the  particular  radio 
path,  and  measurement  errors;  and  (c)  fluctuations  of 
the  transmitter  signals  and  propagation  effects  common 
to  all  the  radio  paths. 

The  daily  values  of  fractional  frequency  differences 
were  placed  into  a  matrix  with  the  columns  represent- 
ing laboratories  and  the  rows  representing  days.  Each 
matrix  contained  one  quarter  of  a  year  of  data,  so  that 
there  were  six  matrices  included  in  the  18-month 
period  of  study.  Each  matrix  is  regarded  in  the  analy- 
sis as  a  sample  of  observations  from  an  infinite  ensem- 
ble or  population  of  daily  values  from  the  given  lab- 
oratories. The  method  required  that  no  data  be 
missing  in  any  cell  of  the  matrix;  therefore,  when  any 
laboratory  omitted  a  daily  value,  the  complete  row  of 
data  for  all  laboratories  was  discarded.  This  admit- 
tedly reduced  the  amount  of  usable  data,  but  the  aver- 
age number  of  days  remaining  per  quarter,  about  40, 
is  believed  to  be  sufficient. 

The  analysis  of  the  relative  frequency  observations 
at  several  receiving  laboratories  into  components 
associated  with  each  laboratory  standard  and  the 
transmitter  can  be  accomplished  in  several  ways,  of 
which  a  relatively  simple  one  will  be  described.  The 
expectation  of  a  random  variable,  or  average  over  a 
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population,  will  be  denoted  by  E[  ].  This  and  other 
statistical  concepts  may  be  found  in  books  such  as 
that  by  Cramer  [1946] . 

Let  k  be  the  number  of  receiving  laboratories  and 
n  the  number  of  days  that  observations  are  made  by 
each  laboratory.  Let  x%j  be  the  observed  fractional 
difference  in  frequency  of  received  and  local  standard 
signals,  in  parts  in  1010,  at  the  ith  receiving  laboratory 
on  the  y'th  day  (i  =  l,  2,  .  .  .,  k;  j=l,  2,  .  .  .,  n). 
The  observations  x\j  include  (1)  any  systematic  differ- 
ences between  the  ith  local  standard  and  the  oscillator 
used  by  the  transmitter;  (2)  fluctuations  associated 
only  with  the  ith  standard;  (3)  fluctuations  associated 
only  with  the  transmitter  oscillator,  and  (4)  radio  prop- 
agation fluctuations.  Thus  we  can  represent  Xy  by 
the  equation 

Xij  =  fjLi  +  Oij  +  tj(i  =  1,  2,  .  .  .,  k\  (i) 

7  =  1,  2,  .  .  .,  n), 

where 


The  purpose  of  further  analysis  is  to  estimate  ol\, 
a2,  .  .  .  oik,  and  t  from  the  kn  observations  xy.  Let 
the  sample  variance  of  the  n  observations  from  the 
ith  receiver  be  denoted  by 

sf  =  -~f(x,-xi.f.  (4) 
"    1  j=i 

Since  sf  is  an  unbiased  estimate  of  erf,  substitution  in  (3) 
gives  k  equations  for  the  k+l  unknowns  <5i,  cb,  .  .  ., 
ock,  t,  where  a2  and  t2  are  unbiased  estimates  of  a\ 
and  t2.  The  one  required  additional  equation  is  fur- 
nished by  calculating  the  means 

1  k 

x3=~jc  zj      0'=1,  2,  .  .  .,  n)  (5) 

over  all  k  receivers  for  each  day  and  then  calculating 
the  sample  variance  of  these  averages, 

1      "    -  _ 

so=— rr  2  ix  j~*)2'  (6) 
n  1  j=i 


/x, :  —  systematic  (long-term)  mean  fractional  frequency 
difference  at  the  ith  receiver  (i.e.,  fjii  =  E[xij]; 

a\j  =  daily  fluctuations  of  fractional  frequency  differ- 
ence associated  with  the  ith  receiver  on  the  jth 
day,  in  particular  fluctuation  of  its  standard  but 
including  also  propagation  effects  peculiar  to  the 
ith  path  and  measurement  errors; 

tj  —  daily  fluctuation  of  the  transmitted  signal,  includ- 
ing any  effects,  propagation  in  particular,  common 
to  all  received  signals. 

Thus  E[atj]  =E[tj]  =  0,  and  we  assume  that  a,j  and 
ti  are  uncorrected,  so  that  E[aijti]  =  0.  Likewise  we 
assume  that  E[ajjai,i]  =  0,  i  #  h  or  j  ^  /,  and  E[tjti]  =  0, 

The  systematic  mean  frequency  difference  fja  is 
easily  estimated  by  the  sample  mean  at  the  ith  receiver, 

1  " 

Hi=Xi.  =  -^Xij(i  =  l,  2,  .  .  .,  k),  (2) 

n  j=i 

where  the  circumflex  accent  denotes  "estimate  of." 
It  is  known  that  /2,  is  a  best  estimate  in  the  sense  that 
it  is  an  unbiased  estimate  of  fja  and  has  variance  less 
than  that  of  any  other  unbiased  estimate  that  is  a  linear 
combination  of  the  observations. 

Following  in  part  the  notation  of  Mitchell  [1963], 
we  let  a,  be  the  "true"  (long-term)  standard  (root- 
mean-square)  deviation  of  the  ay,  associated  with 
the  ith  receiver,  and  t  the  true  standard  deviation  of 
the  tj,  associated  with  the  transmitter.  Variance 
being  defined  as  the  square  of  a  standard  deviation, 
we  may  for  brevity  refer  to  a2  as  the  ith  receiver 
variance  and  r2  as  the  transmitter  variance.  Let 
cr,  be  the  true  standard  deviation  of  the  observations 
Xij  at  the  ith  receiver.  Then  it  follows  from  (1)  and 
the  above  assumptions  that 

<r2  =  a2  +  T2,  cr2  =  a2  +  T2,  .  .  .,  af.  =  af.  +  t2.  (3) 
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where  x  is  the  mean  of  all  kn  observations.  It  can  be 
shown  that  si  is  an  unbiased  estimate  of 

(72  =  r2  +  |-2(a2  +  a2  +  .  .  .  +  al).  (7) 

Solving  (3)  and  (7)  and  substituting  estimates  for  true 
values,  we  obtain  the  unbiased  estimates 

af  =  jf-f»(i=l,  2  k).  (9) 

For  k  =  2,  that  is,  two  receivers,  the  estimates  (8)  and 
(9)  reduce  essentially  to  Mitchell's  estimates  [1963]. 

The  theoretical  precisions  of  the  estimates  (8)  and 
(9)  have  been  derived  under  the  assumption  of  inde- 
pendence of  the  measurements  from  day  to  day;  it  is 
hoped  to  include  formulas  for  these  precisions  in  a 
further  paper,  along  with  approximations  for  the  degree 
of  dependence.  The  precision  of  a,  (and  of  Si.)  would 
appear  in  theory  to  be  improved  by  using  all  observa- 
tions available  at  the  ith  receiver  (including  those  on 
days  when  other  receivers  provide  no  data)  to  calcu- 
late s2,  but  s2,  can  be  obtained  only  by  using  days  com- 
mon to  all  receivers. 

The  above  model  for  separating  a,  and  f  is  in  effect 
included  in  that  of  Grubbs  [1948]  for  separating  meas- 
urement errors  of  several  instruments  from  the  product 
variability  which  the  instruments  are  measuring. 


5.  Discussion  of  Results 

Mean  values.  The  mean  fractional  differences  in 
frequency  recorded  at  each  receiver  from  both  GBR 
and  NBA  were  calculated  for  each  month  and  for  the 
entire  18-month  period,  using  all  the  daily  observations. 
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Likewise  a  grand  mean  over  all  months  and  receivers 
was  found  for  GBR  to  be  -  130.06  parts  in  1010  relative 
to  the  assumed  cesium  resonance  frequency  of 
9,192,631,770  c/s.  The  corresponding  grand  mean 
for  NBA  was  -129.78.  The  18-month  means, 
deviations  from  grand  mean,  x\.  —  x,  and  standard  devi- 
ations, Si,  of  daily  recorded  values  over  the  18-month 
period  are  listed  in  table  2  for  GBR  and  in  table  3  for 
NBA. 

The  mean  deviations  of  individual  laboratories  from 
the  grand  mean  range  from  about  +2  to  —  1  parts  in 
1010  measured  against  either  transmission  and  in 
general  appear  to  be  statistically  significantly  different 
from  0  due  to  the  large  number  of  observations.  The 
statistical  significance  cannot  be  greater  than  that 
based  on  regarding  each  daily  observation  as  statisti- 
cally independent  of  those  for  other  days  (whereas  in 
fact  there  is  some  autocorrelation).  Based  on  this 
assumption  and  the  standard  deviations  and  numbers 
of  daily  observations  in  tables  2  and  3,  the  standard 
deviations  of  the  means  range  from  0.04  to  0.19  (parts 
in  1010),  and  it  would  follow  that  all  values  of  xl  —x 
except  those  for  NPL  in  tables  2  and  3  would  be  sig- 
nificantly different  from  zero  at  the  5  percent  prob- 
ability level. 

However,  a  more  refined  test  of  significance  of 
differences  of  means  of  the  "common"  data  is  possible 
by  means  of  a  two-factor  analysis  of  variance  with 
standards  and  days  as  factors,  which  eliminates  the 
transmitter  and  common  propagation  variation  (and 
hence  also  any  autocorrelation  due  to  these)  [Cramer, 
1946,  pp.  543-546].  This  more  refined  test  still  neg- 
lects the  effect  of  any  autocorrelation  in  individual 


standards.  If  this  neglect  is  kept  in  mind,  it  is  still 
impressive  that  all  such  tests  result  in  significance 
beyond  the  0.1  percent  (0.001)  probability  level. 
Hence  it  is  believed  that  even  if  any  autocorrelation  in 
individual  standards  is  accounted  for,  the  values  of 
Xi.  —x  will  prove  to  be  significantly  different  from 
zero.  In  other  words,  the  observed  average  differ- 
ences of  standards  from  their  grand  mean  are  con- 
cluded to  be  real  systematic  differences,  though  a  few 
standards  differ  little  in  pairs,  like  NOB  and  NPL. 

The  reality  of  the  differences  between  laboratories 
is  further  shown  by  the  mean  deviations  from  the  grand 
mean  over  the  years  1959-60  calculated  from  the 
data  of  Essen  and  Steele  [1962]  and  given  in  the  "ES" 
column  of  tables  2  and  3.  These  indicate  that  sys- 
tematic differences  between  many  of  the  laboratories 
continued  over  the  years  1959  or  1960  through  1962. 

The  difference  in  grand  mean  frequencies  received 
from  GBR  and  NBA  from  all  data  reported  in  the  18- 
month  period,  —  0.28  parts  in  1010,  is  replaced  by  — 0.15 
parts  in  1010  when  only  the  "common"  (C)  data  are 
considered.  If  a  formal  Student  t  test  of  the  difference 
of  two  means  is  made  using  standard  errors  derived 
from  (6),  the  difference  —  0.28  is  found  to  be  significant 
at  the  5  percent  probability  level,  whereas  the  differ- 
ence —  0.15  is  not.  Since  significance  of  the  differ- 
ences would  be  lessened  by  taking  account  of  the 
effect  of  autocorrelation,  no  significant  average  dif- 
ference between  the  transmitters  GBR  and  NBA  is 
claimed. 

The  monthly  means  of  "common"  data  for  each 
laboratory  are  shown  in  figures  3  and  4;  these  figures 


Table  2.    Means  and  Standard  Deviations  of  Frequencies  Compared  with  GBR 
July  1961  -  December  1962 
10 

(unit,  1  part  in  10  ) 


Atomic 
Standard 

No.  of  Days 

X. 

1. 

Mean 

x.     -  X 
l. 

Deviation  from 
Grand  Mean 

s. 
l 

Standard  Deviation 
of  Daily  Values 

T 

C 

T 

C 

T 

C 

ES 

T 

C 

CNET 

478 

278 

-128.  27 

-128.  14 

+1.79 

+1.  68 

+  1.  52 

1.  73 

1.  77 

CRUFT 

388 

136 

-131. 14 

-130. 60 

-1.  06 

-0.  78 

-1.  91 

1.  87 

1.  39 

LSRH 

422 

244 

-130.  99 

-130.  86 

-0.  93 

-1.  04 

-1.  22 

1.48 

1.  49 

NBS 

469 

244 

-130.  70 

-130. 50 

-0.  64 

-0.  68 

1.  56 

1.  55 

NOB 

486 

278 

-130.  28 

-130.  16 

-0.  22 

-0.  34 

1.49 

1.  51 

NPL 

476 

278 

-129.93 

-129.77 

+0.13 

+  0.  05 

+0.41 

1.  59 

1.  66 

NRC 

458 

222 

-129.  37 

-129.  17 

+0.  69 

+0.  65 

+  1.  39 

2.  19 

2.35 

GRAND  MEAN,  x 

-130.  06 

-129. 82 

Note:    1.    In  applying  the  notation  x^  ,  s^,  and  x  to  all  data,  the  definitions  in  equations  (2),  (4),  and  that  for 

x  under  equation  (6)  are  understood  to  be  extended  to  unequal  numbers  of  days,  n.,  for  each  receiver. 

2.    T  indicates  total  data  reported;  C  indicates  data  common  to  stations  within  quarters.    ES  denotes  mean 
deviations  from  grand  mean  (with  signs  appropriately  reversed)  calculated  from  Table  2  of  Essen  and 
Steele  (1962)  for  the  years  1959-60,  except  that  only  last  half  of  1960  is  aiven  for  LSRH  and  NRC. 
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Table  3.    Means  and  Standard  Deviations  of  Frequencies  Compared  with  NBA 
July  1961  -  December  1962 

(unit,  1  part  in  10*") 


Atomic 
Standard 

No.  of  Days 

X. 

l. 

Mean 

X.      -  X 

l. 

Deviation  from 
Grand  Mean 

s. 
i 

Standard  Deviation 
of  Daily  Values 

T 

C 

T 

C 

T 

C 

ES 

T 

C 

CNET 

427 

197 

-127. 90 

-127.  78 

+  1.  88 

+  1.  89 

+  1.  72 

1.43 

1.38 

CRUFT 

385 

131 

-131. 00 

-130.72 

-1.  22 

-1.  05 

-1.45 

1.  66 

1.66 

LSRH 

437 

197 

-130.  74 

-130.  66 

-0.  96 

-0.99 

-1.  05 

1.  14 

1.  17 

NBS 

369 

161 

-130.  26 

-130. 33 

-0.  48 

-0.  66 

0.99 

0.  96 

NOB 

474 

197 

-129. 89 

-129.94 

-0. 11 

-0.  27 

+0.  53 

0.  89 

0.  88 

NPL 

375 

102 

-129. 98 

-129.95 

-0.  20 

-0..28 

-0.  17 

1.43 

1.45 

NRC 

363 

113 

-128.  75 

-128.37 

+  1.  03 

+  1.  30 

1.96 

1.97 

GRAND  MEAN,  x 

-129. 78 

-129. 67 

Note:    1.    In  applying  the  notation  x.  ,  s.,  and  x  to  all  data,  the  definitions  in  equations  (2),  (4),  and  that  for 

x  under  equation  (6)  are  understood  to  be  extended  to  unequal  numbers  of  days,  n.,  for  each  receiver. 

2.    T  indicates  total  data  reported;  C  indicates  data  common  to  stations  within  quarters.    ES  denotes  mean 
deviations  from  grand  mean  (with  signs  appropriately  reversed)  calculated  from  Table  2  of  Essen  and 
Steele  (1962)  for  July-December  1960. 


show  that  not  only  are  observations  for  individual 
days  missing  for  particular  laboratories  but  even  series 
for  entire  months  or  more.  The  variability  of  monthly 
means  is  visibly  greater  than  that  of  the  18-month 
means  reported  above,  but  variations  in  laboratory 
data  common  to  all  laboratories  for  a  given  transmitter 
are  apparent.  Similar  results  were  given  by  Mitchell 
[1963,  fig.  4]  for  the  same  period  for  LSRH,  NBS,  and 
NPL. 

Standard  deviations.  The  standard  deviations  Si  of 
tables  2  and  3  are  estimates  of  the  cr,  of  (3).  They  tend 
not  to  vary  greatly  for  a  given  transmitter  because  each 
contains  the  common  variation  of  the  transmitter  and 
common  propagation  effects.  The  standard  deviation 
of  the  common  effects,  f,  is  plotted  for  each  quarter 
and  each  transmitter  in  figures  5  and  6.  The  compo- 
nent standard  deviation  associated  with  each  receiver, 
&i,  is  also  similarly  plotted.  A  comparison  of  an  for 
each  receiver  as  determined  from  both  the  GBR  and 
NBA  transmissions  is  plotted  in  figure  7. 

The  quarterly  receiver  (local  standard)  and  trans- 
mitter (NBA  and  GBR)  standard  deviations  are  all 
roughly  of  the  same  order  of  magnitude,  1  part  in  10111, 
but  there  is  substantial  variation,  between  transmitters, 
from  receiver  to  receiver,  and  from  quarter  to  quarter. 
Thus  the  quarterly  vary  from  a  low  of  zero  to  a  high 
of  2.24  (parts  in  1010),  and  the  quarterly  t  vary  from 
0.28  to  1.01  for  NBA  and  from  0.73  to  1.48  for  GBR. 

Whether  these  variations  are  significant,  that  is, 
reflect  differences  among  the  true  values  a,  and  t,  or 
are  only  to  be  expected  statistically  in  estimates  from 


small  samples,  can  be  judged  from  the  standard  devia- 
tions of  the  estimates,  which  have  as  yet  been  evalu- 
ated only  under  the  assumption  of  independence  from 
day  to  day.  Even  under  this  assumption  each  a,  and 
t  is  estimated  from  all  18  months  of  data  with  95  per- 
cent confidence  limits  roughly  15  percent  below  and 
20  percent  above  the  estimates  a,  and  t,  except  that 
the  four  smaller  a,  obtained  from  GBR  data  (Cruft, 
NBS,  LSRH,  NOB)  have  larger  percentage  errors, 
with  95  percent  confidence  limits  up  to  100  percent 
above  or  below  the  estimate  a,-.  The  effect  of  day-to- 
day dependence  is  to  extend  these  limits  even  farther. 
However,  it  is  evident  that  some  receivers  have  con- 
sistently, and  hence  probably  significantly,  lower 
values  of  a;  than  others. 

Since  the  above  confidence  limits  show  that  much 
of  the  fluctuating  behavior  of  <$;  and  t  is  not  significant, 
it  is  reasonable  to  compute  weighted  root-mean-square 
average  values  of  a-,  and  t  over  all  quarters;  these 
averages  are  tabulated  in  figures  5  and  6.  The  small- 
est average  a,-  are  0.51  when  measured  against  NBA 
transmissions,  obtained  for  the  Naval  Observatory,  and 
0.39  when  measured  against  GBR,  obtained  for  LSRH. 
The  corresponding  largest  average  a,  are  1.82  and  1.97, 
both  obtained  for  the  National  Research  Council  of 
Canada. 

It  is  of  interest  to  compare  these  results  with  those 
obtained  by  Mitchell  [1963]  over  the  same  six  quarters 
of  1961  and  1962.  He  compared  three  receivers, 
NBS  (USFS),  NPL,  and  LSRH,  in  pairs  using  both 
NBA  and  GBR  transmissions.    The  comparative  re- 
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suits  are  as  follows  (standard  deviations  in  parts 
in  1010): 


NBS  (USFS) 

LSRH 

NPL 

Transmitter 


<*2 

a3 


Present  analysis 


GBR 


0.66 
.39 
1.00 
1.26 


0.63 
.63 
1.24 
0.68 


Mitchell  (average) 


0.7 
.6 
1.1 

1.1  (GBR),  0.7  (NBA) 


The  check  between  the  two  sets  of  results  is  almost 
complete,  to  the  expected  precision.  This  is  not  sur- 
prising, since  essentially  the  same  data  for  these  re- 
ceivers are  used.  However,  the  present  analysis 
should  tend  to  yield  a  more  precise  estimate  of  r  by 
virtue  of  using  5  to  7  receivers  for  its  estimation, 


whereas  Mitchell's  method  should  tend  to  yield  more 
precise  values  of  Si  by  virtue  of  having  fewer  missing 
data  in  the  pair-by-pair  treatment  (although  a  general 
treatment  is  possible  using  all  data).  The  average 
number  of  daily  pairs  of  observations  per  quarter 
used  by  Mitchell  was  about  60,  whereas  the  number  of 
daily  sets  of  observations  per  quarter  used  herein  is 
about  40.  The  principal  justification  of  the  present 
method  is  the  simultaneous  analysis  of  data  from  any 
number  of  receiving  laboratories. 

Since  the  a,  include  propagation  as  well  as  local 
standard  fluctuations  and  t  includes  possibly  fluctu- 
ations from  sources  other  than  the  transmitter  oscil- 
lator, it  is  desirable  to  attempt  further  separation. 
This  should  be  possible  from  internal  estimates  of 
precision  of  local  standards  but  has  not  yet  been  carried 
through.  Mitchell  [1963]  estimated  the  standard 
deviation  of  transmission  time  fluctuations  in  trans- 
atlantic comparisons  of  cesium-controlled  oscillators 
at  0.2  X  10"10,  which  would  leave  the  standard  devia- 
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FIGURE  5.  Estimated  standard  deviations,  a{,  of  receiver  variations 
(including  noncommon  propagation  variations)  and  estimated 
standard  deviation,  t,  of  variations  of  transmitter  GBR  (including 
common  propagation  variations). 
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FIGURE  6.  Estimated  standard  deviations,  au  of  receiver  variations 
(including  noncommon  propagation  variations)  and  estimated 
standard  deviation,  t,  of  variations  of  transmitter  NBA  (including 
common  propagation  variations). 


tions  estimated  above  essentially  unaltered  (due  to 
the  combination  by  squares). 

The  mathematical  model  (1)  implies  the  condition 
that  all  daily  measurement  intervals  are  simultaneous, 
whereas  the  NBS  measurements  of  NBA  transmissions 
were  offset  3  hr  from  all  the  others,  which  were 
simultaneous.  An  upper  bound  to  the  effect  of  this 
offset  can  be  derived  by  assuming  that  the  transmitted 
fluctuations  during  the  3-hr  offset  are  uncorrelated 
with  the  transmitted  fluctuations  for  which  they  sub- 
stitute at  the  other  end  of  the  24-hr  period.  The  maxi- 
mum expected  effect  on  r  is  to  multiply  it  by  the  factor 
[1  —  l/(8/c2)]1/2,  where  k  is  the  number  of  receiver 
stations,  so  that  to  correct  for  the  effect  one  would 
divide  by  this  factor.  Since  A:  is  5  or  6,  the  maximum 
effect  on  f  is  0.25  percent,  or  0.002  X  10"10  for  the  f 
average,  a  negligible  amount.  The  effect  on  a,  varies 
somewhat  with  a,  but  is  at  most  0.43  percent  for  any 
oti  average. 

As  noted  earlier,  the  method  used  for  estimating 
a,  and  r  requires  restriction  of  the  data  to  those  meas- 


urements common  to  all  stations  compared  within  a 
given  quarter.  To  estimate  the  effect  of  such  restric- 
tion, a  comparison  was  made  of  the  column  (station) 
variances  for  both  restricted  (C)  and  total  reported 
data  (T)  of  each  station  for  the  entire  18-month  period 
for  both  the  GBR  and  NBA  transmissions.  These 
data  are  plotted  in  figure  8,  and  the  square  roots  or 
standard  deviations  are  given  in  tables  2  and  3  for  the 
GBR  and  NBA  data,  respectively.  As  can  be  seen 
there  is  close  agreement  in  all  instances  except  Cruft- 
GBR;  this  exception  can  be  attributed  to  having  only 
three  quarters  represented  in  the  restricted  data.  A 
new  estimate  of  a,,  say  a-,  was  calculated  on  the  basis 
of  the  relative  increase  or  decrease  of  the  restricted 
data  in  terms  of  the  total  reported  data  for  the  overall 
18-month  period.  The  previously  derived  transmitter 
variance  estimate,  t2,  was  employed  in  these  calcu- 
lations. For  the  NBA  data  the  new  a-  differed  from 
—  5  to  +6  percent  from  the  previous  estimate,  <$;. 
With  the  exception  of  the  Cruft  data,  the  new  a-  for 
the  GBR  data  differed  from— 11  to  +  3  percent 
from  &i.  The  a,  calculated  from  the  total  reported 
data  for  the  Cruft  GBR  data  was  about  three  times  the 
&i  computed  from  the  quarterly  restricted  data.  This 
new  value,  however,  is  much  more  in  line  with  that 
computed  from  the  Cruft  NBA  data.  Thus,  with  the 
exception  of  the  Cruft  GBR  data,  the  restriction  to  data 
days  common  within  quarters  has  no  disturbing  effect 
on  the  estimation  of  the  atomic  standard  deviations  oa. 


••NBA     —  GBR  NO  RECORD 


3  4 
QTRS  1961  - 


2  3 
-QTRS  1962- 


FlGURE  7.    Comparison  of  each  laboratory  standard     using  either 
GBR  or  NBA  signals. 
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Q  sf  -  COLUMN  VARIANCE  TOTAL  DATA  REPORTED  (T) 
Q  Sf  -  COLUMN  VARIANCE  FOR  COMBINED  DATA  COMMON 
TO  STATIONS  WITHIN   QUARTERS  (C) 


|  CNET  |  CRUFT  |  LSRH  |    NBS    |    NOB    |    NPL    |    NRC  | 


FIGURE  8.    Comparison  of  variances  for  GBR  and  NBA  data  groups. 

Another  factor  affecting  the  estimates  of  a;  and  t  is 
the  elimination  of  possible  variation  of  mean  values 
from  quarter  to  quarter.  Hence,  figure  8  includes  the 
af  +  T2  values  which  were  determined  from  the  aver- 
aged quarterly  values  of  a'f  and  T2  in  figures  5  and  6. 
This  sum  would  equal  sf,  the  column  variance  for  each 
station  based  on  data  days  common  to  all  stations 
within  quarters,  in  accordance  with  (9),  except  for  the 
fact  that  the  column  variances  plotted  in  figure  8  were 
obtained  for  the  overall  18-month  period  and  include 
variability  due  to  differences  among  the  quarterly 
means.  It  is  therefore  seen  that  the  quarterly  means 
contribute  appreciable  variation  in  7  out  of  the  14 
comparisons;  the  greatest  percentage  excess  of  sf  over 
af  +  r2,  occurring  for  LSRH-NBA,  is  60  percent,  which 
would  correspond  to  26  percent  increase  in  both  a,  and 
f  if  their  ratio  is  unchanged,  that  is,  to  0.81  and  0.86 
part  in  1010.  The  second  greatest  percentage  increase 
in  3;,  and  t  would  be  24  percent,  for  Cruft-NBA.  The 
other  estimated  changes  in  <$;  and  f  due  to  variability 
of  quarterly  means  are  all  increases  but  range  down 
to  a  negligible  0.5  percent. 

6.  Possible  Future  Improvements  in  VLF 
Measurements 

One  improvement  envisioned  for  VLF  phase  com- 
parison measurements  is  the  use  of  the  higher-power 
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WWVL  (20  kc/s)  transmissions  (1  to  2  kW  radiated 
power)  which  commenced  from  the  new  NBS  Fort 
Collins  Standard  Radio  Transmitting  Site  in  August 
1963  [Richardson,  1964;  Blair  and  Morgan,  1965]. 

A  large  increase  in  coverage  is  anticipated  over  the 
lower-power  broadcasts  so  that  many  more  laboratories 
may  be  able  to  measure  their  standards  directly  in 
terms  of  the  USFS. 

The  periodic  adjustment  of  quartz  crystal  oscillators 
at  VLF  transmitters  may  cause  undesired  phase 
changes  in  the  transmitted  signals.  Phase  changes 
in  the  transmitting  antenna  may  also  occur  due  to  the 
effects  of  the  weather  and  cause  changes  [Watt-Carter 
and  Corke,  1961]  of  at  least  1  part  in  1010.  By  means 
of  a  VHF  radio  link  from  the  USWFS  (United  States 
Working  Frequency  Standard)  to  the  VLF  transmit- 
ter and  a  continuously  phase-locked  servosystem 
[Milton  et  al.,  1962]  these  sources  of  error  have  been 
eliminated  from  the  WWVL  broadcasts. 

Another  improvement  in  comparing  atomic  stand- 
ards, and  especially  for  separating  out  propagation 
errors,  now  appears  possible  through  the  use  of  port- 
able quartz  crystal  clocks.  Their  advantages  are 
their  low  power  consumption,  small  weight  and  size, 
reliability,  and  excellent  stability.  A  2.5-Mc/s  oscil- 
lator, with  a  stability  (standard  deviation)  of  a  few 
parts  in  10",  is  employed  in  an  experimental  portable 
clock  at  NBS.  The  effects  of  temperature,  vibration, 
and  environmental  and  voltage  changes  are  being 
carefully  evaluated,  so  that  optimum  results  may  be 
obtained.  Preliminary  results  obtained  with  port- 
able clocks  are  very  promising,  and  further  develop- 
mental work  on  them  is  under  way  at  NBS. 
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Since  1961  the  NBS  VLF  and  LF  signals  have  improved  the  calibration  and  frequency  control  of 
the  WWV  (Maryland)  HF  broadcasts.  Similarly,  better  control  of  the  WWVH  (Hawaii)  HF  broadcasts 
was  achieved  in  early  1963  by  monitoring  the  NBS  VLF  broadcasts  in  terms  of  the  WWVH  control 
oscillator.  In  mid  1963  WWVL  (20  kc/s)  and  WWVB  (60  kc/s)  were  relocated  from  two  sites  near 
Boulder,  Colo.,  to  a  single  site  near  Ft.  Collins,  Colo.,  and  the  transmitter  power  for  both  broadcasts 
was  increased  several  fold.  These  higher  powered  broadcasts  resulted  in  more  precise  control  of 
both  HF  broadcasts.  Through  the  VLF  and  LF  signals  the  24-hr  average  frequency  values  of  WWV  are 
related  to  the  United  States  Frequency  Standard  (USFS)  within  a  few  parts  in  10". 

This  paper  describes  the  NBS  low-frequency  broadcasts,  the  method  of  using  them  to  control  and 
calibrate  the  HF  broadcasts,  and  gives  an  analysis  of  the  precision  of  frequency  control  obtained  at 
WWV  over  a  21-month  period.  An  appendix  discusses  the  short-term  phase  stabilities  and  diurnal 
phase  shifts  observed  in  the  low-frequency  signals  at  WWV  and  WWVH,  and  examines  the  accuracy- 
limiting  effects  of  propagation  path  characteristics  and  background  noise  levels  in  such  received 
signals. 


1.  Introduction 

The  accuracy  of  the  United  States  Frequency 
Standard  (USFS)  has  improved  greatly  over  the  last 
four  decades  from  approximately  one  part  in  104  in 
1920  to  a  present  value  of  5  parts  in  1012.  One  way 
such  technological  advances  have  met  the  needs  of 
science  and  industry  is  through  the  NBS  standard 
frequency  broadcasts,  as  graphically  shown  in  figure  1. 


The  abrupt  change  in  the  slope  of  the  curve  in  1957  was 
due  to  a  technological  "breakthrough"  culminating  in 
commercial,  atomic  frequency  standards.  Labora- 
tory models  of  atomic  (cesium-beam)  frequency  stand- 
ards were  developed  and  built  at  NBS  and  in  1960  two 
such  units  became  the  basis  of  the  USFS  [Mockler 
et  al.,  I960];  continued  improvements  followed 
[Beehler  et  al.,  1962]  and  are  reflected  in  figure  1. 
By  late  1961  the  NBS  low  power  WWVL  (20  kc/s)  and 
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FIGURE  1.    Improvements  in  the  accuracy  of  the  USFS  and  its  dissemination. 
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WWVB  (60  kc/s)  broadcasts  disseminated  the  USFS 
with  a  transmitted  accuracy  of  several  parts  in  10" 
(fractional  frequency  units)  through  control  by  transfer 
(working)  atomic  frequency  standards.  Regularly 
published  corrections  relate  such  values  to  the  USFS 
as  shown  in  figure  1. 

Prior  to  1961,  WWV  was  calibrated  at  NBS,  Boulder, 
by  comparing  received  WWV  time  signals  with  the 
USFS,  and  was  frequency  controlled  on  the  basis  of 
these  calibrations.  This  technique,  briefly  described 
in  a  previous  publication  [Watt  et  al.,  1961],  will  not 
be  discussed  here  except  to  note  that  the  precisions 
achieved,  using  the  HF  time  signals  alone,  were  sev- 
eral parts  in  1010  for  30-day  running  averages.  Simi- 
larly, until  early  1963,  calibration  and  control  of  the 
WWVH  broadcasts  relied  on  the  WWV  time  signals 
as  received  in  Hawaii.  Because  of  the  inadequacy 
of  this  method,  a  new  technique  was  introduced  at 
WWV  in  January  1961,  using  the  NBS  low-frequency 
signals  received  from  WWVL  and  WWVB.  It  is 
well  known  that  the  received  phase  stability  of  VLF 
and  LF  radio  signals  at  large  distances  is  several  orders 
of  magnitude  better  than  that  of  HF  [Pierce,  1958; 
Crombie  et  al.,  1958;  Watt  et  al.,  1961]  and  that  the 
VLF  signals  propagate  over  large  distances  with  small 
attenuation.  Thus,  such  characteristics  of  the  NBS 
low-frequency  signals  enabled  the  calibration  and  con- 
trol of  the  HF  broadcasts  with  a  precision  nearly 
equivalent  to  the  stability  of  atomic  frequency 
standards. 

The  improvement  in  the  WWV  frequency  control 
is  evident  in  figure  2  where  the  monthly  means  are 
plotted  for  4  years.  The  variances,  S2,  are  pooled  esti- 
mates obtained  from  monthly  daily  values  which  are 
based  on  running  averages  for  the  indicated  periods. 


For  the  period  1960  to  1963  the  standard  deviations,  S, 
decrease  from  1.2  to  0.31  parts  in  1010.  For  WWVH 
the  improvement  is  a  little  less  as  evidenced  by  figure 
3.  Clearly  shown,  however,  is  the  smaller  variation 
in  the  WWVH  monthly  means  that  occurred  with  the 
initiation  of  VLF  control  in  March  1963. 

This  paper  will  describe  the  NBS  standard  frequency 
broadcasts;  the  method  of  using  the  NBS  low- 
frequency  signals  for  calibration  and  control  of  the 
HF  broadcasts;  the  relative  agreement  between  the 
received  20  and  60  kc/s  signals  at  WWV;  and  the 
effects  of  increased  WWVL  and  WWVB  transmission 
power.  Variations  in  short-term  phase  stabilities  and 
diurnal  phase  shifts,  observed  in  low-frequency  re- 
cordings at  WWV  and  WWVH,  are  given  in  the 
appendix. 

2.  NBS  Standard  Frequency  Broadcasts 

WWVL  and  WWVB,  presently  located  at  Ft.  Collins, 
Colo.,  lie  nearly  on  a  great  circle  path  between  WWV 
at  Greenbelt,  Md.,  and  WWVH  at  Maui,  Hawaii. 
WWVH  is  over  twice  as  far  (5300  Km)  from  Ft.  Collins 
as  is  WWV  (2400  Km).  The  HF  broadcasts  of  WWV 
are  at  2.5,  5,  10,  15,  20,  and  25  Mc/s  while  those  at 
WWVH  are  at  5,  10,  and  15  Mc/s;  characteristics  of 
the  NBS  radio  stations  have  been  given  previously 
[Morgan,  1962  and  1963;  Richardson,  1964]. 

2.1.  Role  of  Frequency  Standards  in  NBS  Broadcasts 

The  frequency  reference  of  the  NBS  standard  fre- 
quency broadcasts  is  the  USFS  which  consists  of  two 
cesium  beam  units  [Mockler  et  al.,  1960]  designated 
as  NBS-T  and  NBS-II.  Because  these  do  not  operate 
continuously,  the  U.S.  Working  Frequency  Standard 
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Fkjure  2.    Improvements  in  the  frequency  control  ol  U  U  V. 
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FIGURE  3.    Improvements   in   the  frequency  control   of  WWVH. 

(Ordinate  in  fractional  frequency). 


(USWFS),  consisting  of  a  group  of  oscillators,  provides 
continuity  in  the  calibration  and  frequency  control  of 
the  NBS  standard  frequency  broadcasts.  Figure  4 
shows  the  relationship  of  the  USWFS  to  the  USFS  and 
the  function  of  the  former  in  controlling  NBS  stations 
WWV,  WWVH,  WWVL,  and  WWVB. 

To  improve  the  transmitted  stability  of  the  20  kc/s 
signals,  in  October  1961  a  remote  phase-locking  sys- 
tem, operating  at  VHF,  was  placed  into  operation 
between  Boulder  and  WWVL  when  this  station  was 
located  at  Sunset,  Colo.  [Fey  et  al.,  1962].  A  similar 
system  now  controls  the  low-frequency  broadcasts 
from  the  new  Ft.  Collins  site  [NBS,  1963].  The 
phase-lock  system  continuously  keeps  the  transmitted 
phase  of  both  the  WWVL  and  WWVB  signals  in  agree- 
ment with  that  of  the  USWFS  at  the  Boulder  Labora- 
tories. Such  a  system  corrects  for  frequency  drift 
of  the  oscillator  which  controls  the  transmitter  as  well 
as  for  phase  fluctuations  introduced  by  the  transmitter 
or  antenna  system  in  the  broadcast  signals.  Measure- 
ments indicate  that  the  transmitted  low-frequency 
stability  (standard  deviation)  is  essentially  that  of  the 
USWFS,  which  in  the  case  of  rubidium  standards  is 
equal  to  or  less  than  2  parts  in  10n  [Blair  et  al.,  1965]. 

2.2.  Description  of  NBS  VLF  Broadcasts 

NBS  began  broadcasting  a  low  power,  standard  20 
kc/s  on  April  5,  1960  [NBS,  1960],  from  Sunset,  Colo. 
(18  km  from  NBS,  Boulder).  This  was  the  first  known 
standard  frequency  broadcast  at  20  kc/s  [the  specific 
frequency  adopted  for  such  use  by  the  International 
Telecommunications  Union  (ITU)  in  December  1959]. 
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FIGURE  4.    USFS  reference  and  frequency  control  of  NBS  standard  frequency  broadcasts. 
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Great  Britain,  however,  has  pioneered  in  broadcasting 
standard  frequency  signals  in  both  VLF  and  LF  bands. 
The  Sunset  station  operated  for  nearly  3V2  years,  and 
was  relocated  with  modified  equipment  at  Fort  Collins, 
Colo.,  August  1963  [NBS,  1963;  Richardson,  1964]. 
This  new  station  (WWVL -latitude  40°40'51"  N- 
longitude  105°03'00"  W)  provided  a  much  larger  an- 
tenna and  more  powerful  transmitter;  thus,  the  radi- 
ated power  was  increased  from  15  W  to  about  1  kW. 

2.3.  Description  of  NBS  LF  Broadcasts 

In  1956  a  standard  60  kc/s  broadcast  was  begun  from 
the  grounds  of  NBS  at  Bouldeh  Colo.  [NBS,  1957]. 
The  call  letters  KK2XEI  were  used  initially  but  were 
changed  to  WWVB  in  March  1960.  Because  of  the 
low  power  (about  2  W  radiated)  these  signals  were  of 
limited  use.  Nevertheless,  station  WWV  received 
such  signals  and  confirmed  the  stability  of  LF  signals 
as  propagated  over  long  distances.  A  rubidium  atomic 
frequency  standard  directly  controlled  the  60  kc/s 
broadcast  from  August  1961  to  June  1963.  Casual 
checks  revealed  no  appreciable  errors  introduced  into 
the  broadcasts  through  antenna  and/or  transmitter 
variations,  although  the  WWVB  signals  were  not  con- 
tinuously phase-locked  to  the  USWFS  during  this 
period.  On  July  5,  1963,  WWVB  (latitude  40°40'28" 
N- longitude  105°02'39"  W)  began  radiating  about  5 
kW  of  power  from  the  new  station  at  Ft.  Collins,  Colo. 

3.  Calibration  and  Frequency  Control  of 
the  HF  Broadcasts 

Calibration  of  the  WWV  broadcasts  since  1961 
consists  of  relating  the  WWV  daily  frequency  values 
to  the  USFS  through  the  NBS  low-frequency  received 
signals.  For  frequency  control  of  the  WWV  broad- 
casts, such  signals  also  indicate  when  adjustments  of 
the  controlling  oscillator  are  necessary  to  maintain 
the  HF  broadcast  frequency  within  set  limits.  (±  1 
part  in  1010  of  nominal  for  WWV).  The  frequency 
measurements  at  the  HF  stations  are  obtained  with 
conventional,  phase-lock  receiving  systems  [Looney, 
1961;  Morgan  et  al.,  1961].  The  overall  effective  band- 
width of  the  tracking-receiver  systems  employed  at 
WWV  in  Maryland  is  about  0.001  c/s,  and  the  sensi- 
tivity is  between  0.1  and  1  /u,V.  The  system  can  follow 
a  maximum  frequency  difference  of  about  2  parts  in 
108  between  an  incoming  signal  and  the  local  standard, 
(i.e.,  about  1  /tsec  of  equivalent  phase  difference  per 
minute).  At  WWVH,  in  Hawaii,  the  VLF  tracking 
receiver  has  an  effective  bandwidth  of  0.006  c/s  and 
a  sensitivity  near  0.01  /u,V. 

The  concept  of  the  frequency  control  for  WWV  and 
WWVH  is  portrayed  also  in  figure  4.  This  method 
of  control  relies  on  a  manual  link  between  the  phase- 
lock  receiving  systems  and  the  controlling  oscillator 
at  the  HF  stations.  At  WWV,  the  phase  of  both  the 
WWVL  and  WWVB  signals  is  recorded  continuously 
in  terms  of  the  controlling  oscillator;  the  accumulated 
phase  differences  are  read  daily  at  24-hr  intervals 
when  the  sun  is  at  high  noon  over  the  center  of  the 


path  (1800  UT).  At  the  Boulder  Laboratories  these 
observations  are  used  to  compute  the  WWV  frequency 
in  terms  of  the  USFS.  Such  assigned  daily  values 
provide  the  calibration  of  the  WWV  broadcasts.  To 
smooth  out  day-to-day  variability,  a  5-day  running 
average  of  the  WWV  daily  frequency  is  calculated  for 
each  day,  and  such  values  are  published  monthly  in 
the  PROCEEDINGS -IEEE.  The  WWVH  values 
are  related  to  the  USFS  similarly  through  the  WWVL 
signals. 

4.  Typical  VLF  Signal  Phase  Recordings 

Figures  5,  6,  and  7  show  typical  recordings  of  low- 
frequency  signals  as  received  at  stations  WWV  and 
WWVH.  (NBA  signals  have  been  used  for  spot 
checks,  and  a  typical  recording  made  at  WWV  is 
shown  in  fig.  5.)  It  is  from  such  records  that  the 
accumulated  phase  is  measured  at  24-hr  intervals. 
The  diurnal  variations  shown  in  these  records  are  of 
considerable  interest.  Rapid  phase  shifts  occurring 
at  both  sunrise  and  sunset  are  caused  by  changes  in 
the  ionospheric-reflection  height.  (Such  height 
changes  have  been  interpreted  through  mode  theory 
[Wait,  1962].)  The  shape  of  the  transitions  at  20  kc/s 
is  worth  noting.  At  sunrise,  the  reflection  height 
begins  to  drop  and  the  phase  of  the  received  signals 
first  decreases  by  5  to  10  /u-sec  and  then  increases  to 
the  average  daytime  value.  At  sunset  an  initial 
decrease  is  followed  by  a  short  increase  in  phase  with 
a  gradual  decrease  to  the  nighttime  level.  Such 
changes  are  very  regular  and  repeat  with  consistency 
from  day  to  day.  This  behavior  presumably  results 
from  mode  interference  effects  at  this  frequency  over 
this  path  [Wait,  1963;  Crombie,  1964].  Although  this 
is  not  seen  on  the  60  kc/s  records  at  WWV,  another 
characteristic  frequently  appears:  one  cycle,  or  an 
integral  multiple  of  one  cycle,  of  the  received  signal 
is  lost  during  the  sunrise  period.  This  is  shown  in 
the  WWVB  recordings  of  June  5  and  October  10  in 
figures  5  and  6.  In  figure  5  a  dashed  curve  has  been 
drawn,  indicating  where  the  analog  recording  of  the 
phase  should  have  been.  Such  behavior  can  result 
from  destructive  interference  between  several  rays 
with  changing  amplitude  and  phase  [Burtt,  1963].  A 
similar  effect  at  sunset  has  been  reported  for  the  60 
kc/s  signals  as  received  at  Austin,  Tex.  [Tracor,  1964]. 
Short-term  phase  stabilities  and  diurnal  phase  changes, 
obtained  from  low-frequency  phase  recordings  made 
at  WWV  and  WWVH,  are  tabulated  in  the  appendix. 

5.  Relative  Agreement  Between  Received 
20  and  60  kc/s  Signals— Effects  at  WWV 
of  VLF  and  LF  Transmission  Power 

The  VLF-LF  method  of  calibration  and  control  is 
predicated  upon  the  relative  phase  stability  and  fre- 
quency agreement  between  the  received  20  and  60  kc/s 
signals.  Since  frequency  is  the  time  rate  of  change  of 
phase,  frequency  values  may  be  derived  from  phase 
measurements.  A  discussion  of  the  agreement 
between  the  received  frequencies,  coupled  with  an 
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Figure  5.    Typical  records  of  NBA,  WWVL  and  WWVB  (loiv  power)  as  received  at  station  WWV-J  une  196.1. 
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Figure  6.     Typical  records  of  WWVB  and  WWVL  (high  power)  as  received  at  station  WWV-October  196.H. 


evaluation  of  the  effects  of  increased  transmission 
power  of  the  Ft.  Collins  broadcasts,  follows. 

5.1.  Comparison  of  WWV  Frequency  in  Terms  of 
20  and  60  kc/s  as  Received  at.  WWV 

The  average  daily  frequency  of  WWV  as  determined 
by  received  VLF  and  LF  NBS  signals  is  shown  in  fig- 
ures 8  and  9  for  both  low-  and  high-power  transmission 
periods  in  October  1962  and  1963,  respectively.  As 
can  be  seen,  good  agreement  exists.    For  comparison, 


NBA  data  are  shown  in  figure  8.  In  both  figures,  the 
variation  in  the  WWVB  values  is  smaller  than  that  for 
WWVL,  and  the  1963  combined  groupings  show  a 
lesser  variation  than  the  corresponding  1962  data. 
Because  the  same  oscillator  was  used  at  WWV  in  both 
instances,  the  improvement  in  the  data  is  believed  to 
result,  at  least  in  part,  from  the  higher  power  signals. 
The  scatter  about  the  least  square  lines,  shown  by  the 
standard  error  of  estimate,  Sy/X  [Crow  et  al.,  1960], 
results  presumably  from  oscillator  variations  at  WWV, 
with  small  contribution  from  propagation  effects  and 
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measurement  errors.  Note  that  in  1963,  figure  9,  there 
appears  to  be  a  very  high  correlation  between  the  20 
and  60  kc/s  points  in  the  combined  plot.  Since  the 
WWVL  and  WWVB  broadcasts  at  Ft.  Collins  are 
controlled  by  a  common  oscillator,  the  correlated 
variation  noted  in  these  points,  as  referred  to  the  same 
WWV  oscillator,  is  felt  to  result  either  from  fluctuations 
in  the  WWV  controlling  oscillator,  common  propaga- 
tion effects,  or  both.  Such  good  agreement  does  not 
always  occur  as  is  shown  later  in  the  November- 
December  data. 

5.2.  Daily  Agreement  Between  Received  20  and  60 
kc/s  Signals  at  WWV 

The  average  daily  frequency  differences  between 
the  WWVL  and  WWVB  signals  as  received  at  station 
WWV  have  been  divided  into  two  groups  for  a  21- 
month  period  of  study:  period  1  covers  the  low-power 
broadcasts  from  April  1,  1962  to  June  30,  1963;  period 
2  includes  the  high-power  broadcasts  from  July  1  to 
December  30,  1963.  (The  low-power  20  kc/s  signals 
and  high-power  60  kc/s  signals  were  used  to  obtain  the 
July  1963  data.)  The  agreement  between  WWVL  and 
WWVB  as  received  at  WWV  is  shown  by  the  difference 
in  nominal  offset  between  the  two  broadcasts. 

Figure  10  shows  the  daily  variations  in  offset  fre- 
quency differences  for  the  two  periods.  Figures  11 
and  12  give  plots  of  monthly  average  differences  X, 
and  standard  deviations,  Sa,  for  the  21-month  period. 
The  variation  of  these  statistics  in  figures  10  through 
12  shows  a  definite  decrease  for  the  period  2  data. 
Also  apparent  is  the  increased  variability  in  November 
1962  and  November— December  1963.  The  cause  of 
such  variation  is  unknown  at  this  time,  although  sea- 
sonal propagational  effects  likely  are  major  con- 
tributing factors. 

Figure  13  gives  histograms  of  the  two  data  groups. 
The  grand  mean  offset  differences,  fi  and  X2,  between 
WWVL  and  WWVB  as  received  at  WWV  are  negligible 
for  both  levels  of  power  transmission.  Still,  the  pe- 
riod 2  average  standard  deviation,  S<j2,  reduces  to 
about  half  that  for  period  1.  (The  November  1962  and 
November-December  1963  data  were  omitted  in  com- 


puting these  statistics  on  the  basis  of  nonhomogeneity 
of  their  variances  [Box,  1953].)  The  lesser  variation 
for  period  2  may  result  from  at  least  three  factors: 
(1)  The  better  signal  to  noise  ratio  of  the  high  power 
Ft.  Collins  broadcasts  permitted  more  reliable  phase 
tracking  at  WWV;  (2)  during  period  1  the  WWVB 
signals,  although  directly  controlled  by  an  atomic 
standard,  were  not  continuously  phase-locked  to  this 
USWFS.  Thus,  small  offset  differences  may  have 
existed  between  these  low-power  WWVL  and  WWVB 
signals  as  broadcast;  and  (3)  during  period  2,  as 
noted  before,  there  was  essentially  a  constant  fre- 
quency difference  between  the  WWVL  and  WWVB 
signals  as  broadcast. 

Superimposed  on  the  histograms  in  figure  13  are 
fitted  normal  curves  based  on  statistics  of  the  observed 
samples.  As  can  be  seen,  the  general  form  of  the 
histograms  is  somewhat  similar  to  that  of  the  normal 
curve  but  with  a  greater  central  tendency  or  high  fre- 
quency of  values  near  the  mean.  Significant  de- 
parture from  normality  was  found,  as  expected,  for 
both  periods  by  a  chi2  statistical  test.  In  addition, 
a  curve  type  criterion,  ^62,  was  calculated  for  each  data 
group.  {($2  is  the  ratio  of  the  sample  4th  moment 
about  the  mean  to  the  sample  variance  squared.  This 
ratio  equals  3.0  for  the  normal  distribution.)  Values 
of  /32  equal  to  3.5  and  7.5  were  obtained  for  periods 
1  and  2  respectively.  Such  values,  greater  than  3.0, 
are  in  agreement  with  the  concentration  of  the  data 
about  the  mean. 

The  statistical  limits  shown  in  figure  10  through  12 
are  based  on  a  normal  distribution  and  independence 
of  the  individual  observations.  The  importance  of  this 
latter  factor  will  be  considered  in  subsequent  studies, 
while  a  discussion  of  the  effects  of  a  nonnormal  dis- 
tribution follows.  Figure  10  shows  tolerance  limits 
[Crow  et  al.,  1960]  for  the  daily  offset  differences. 
Nonparametric  tolerance  limits  [Somerville,  1958], 
were  computed  also  and  gave  results  not  significantly 
different  from  those  based  on  a  normal  distribution. 
Thus,  although  the  tolerance  limits  as  shown  are  not 
strictly  justified,  they  are  at  least  approximately 
correct. 
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FIGURE  8.    Comparison  of  VLFjLF  determinations  of  WWV  frequency  (low  power-1962). 


Confidence  limits  shown_in  figure  11,  about  the 
monthly  offset  differences,  X,  also  are  believed  to  be 
reasonable,  since  the  means  of  even  small  samples 
essentially  are  normally  distributed  even  if  the  basic 
data  are  not  [Davies,  1957] .  On  the  other  hand,  con- 
fidence limits  for  standard  deviations  are  quite  depend- 
ent upon  a  normal  distribution  of  the  parent  data. 
Thus,  such  confidence  limits,  shown  in  figure  12,  should 
be  used  with  caution. 


6.  VLF  Measurements  at  WWVH 

The  calibration  and  frequency  control  of  the  WWVH 
broadcasts  by  the  20  kc/s  signals  is  largely  experi- 
mental at  this  time,  although  significant  improvements 
have  been  obtained  since  their  introduction  in  April 
1963.  In  figure  14  the  WWVH  frequencies,  in  terms 
of  the  WWVL  broadcasts,  are  seen  to  agree  generally 
with  30-day  running  averages  based  on  WWV  HF  meas- 
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FIGURE  9.    Comparison  of  VLFjLF  determinations  of  WWV  frequency  (high  power-1963). 


urements  for  a  period  in  May-June  1963.  (The 
WWV  HF  values  for  this  same  period  are  included  for 
comparison.)  The  running  average  procedure  clarifies 
the  general  trend  of  a  variable  set  of  measurements 
sensitive  to  time  by  smoothing  the  short-term,  or  day- 
to-day  fluctuations.  The  large  daily  variations  in  the 
WWVH  data  presumably  result  from  fluctuations  in 
the  WWVH  controlling  oscillator.  It  is  expected  that 
the  WWVH  broadcasts  will  eventually  have  a  stability 
equivalent  to  that  of  WWV  through  the  use  of  the 
low-frequency  signals  from  Ft.  Collins. 

7.  Calibration  and  Frequency  Control 
Results 

Measurements  made  at  station  WWV  for  a  21-month 
period  of  time  indicated  only  negligible  bias  in  the 
average  offset  difference  between  the  WWVL  and 
WWVB  received  signals;  also,  the  standard  deviation 
of  the  average  daily  differences  was  about  1  or  2  parts 
in  1011.  In  other  words,  this  was  the  net  effect  of  all 
variation  producing  influences  such  as  propagation 


effects  and  instrument  errors.  Tolerance  limits  for 
including  90  percent  of  the  daily  variations  at  WWV 
with  a  probability  of  95  percent  are  near  ±4  parts  in 
10n  and  such  values  indicate  the  calibration  uncer- 
tainty during  this  period.  The  day-to-day  frequency 
variations  of  the  controlling  oscillator  at  WWV  are 
near  several  parts  in  10".  Such  fluctuations  would  be 
present  of  course  in  the  WWV  transmitted  signals. 

This  method  of  calibration  and  frequency  control 
by  NBS  low-frequency  signals  would  be  equally  ap- 
plicable to  other  HF  or  similar  broadcasts  requiring 
such  accuracy.  (The  HF  station  ZUO,  in  South 
Africa,  presently  frequency  controls  its  broadcasts  by 
the  WWV  HF  signals  [CCIR,  1963].)  The  dissemina- 
tion of  the  USFS  through  these  low-frequency  broad- 
casts provides  a  readily  available  reference  directly 
traceable  to  NBS. 

8.  Conclusions 

Improvement  in  the  NBS  HF  broadcasts  since  1961 
has  resulted  from  frequency-steering  by  the  NBS  low- 
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FIGURE  10.    Daily  variations  in  offset  differences  between  WWVL  and  WWVB  as  received  at  station  WWV. 


frequency  signals.  The  stability  of  the  HF  broadcasts 
is  nearly  equivalent  to  that  of  the  received  VLF  and 
LF  signals.  The  higher  power  broadcasts  from  Ft. 
Collins  give  results  at  WWV  which  are  less  variable 
and  closer  to  the  offset  frequency  of  the  USWFS  than 
the  former  low-power  broadcasts.  The  nonnormality 
of  the  WWVL  and  WWVB  difference  data  was  mani- 
fested by  a  strong  central  tendency  about  the  mean; 
this,  however,  with  the  exception  of  confidence  limits 
for  standard  deviations,  has  small  effect  on  the  com- 
puted statistical  limits.  VLF  and  LF  standard 
frequency  broadcasts  can  be  used  to  control  HF  broad- 
casts with  a  precision  of  several  parts  in  1011. 

9.  Appendix.    VLF   and   LF  Propagation 
Data 

In  the  course  of  calibrating  and  controlling  the  HF 
broadcasts,  VLF  and  LF  propagation  data  was  ob- 
tained. This  appendix  presents  a  study  of  the  short- 
term  phase  stability  and  diurnal  phase  shifts  observed 
in  low-frequency  signals  received  at  WWV  and 
WWVH.  Knowledge  of  propagation  variations  over 
diverse  paths  is  a  matter  of  increased  concern  in  fields 
such  as  frequency  and  time  dissemination  [Looney, 
1964]  and  long-range  navigational  aids  [Pressey  et  al., 
1961;  Blackband,  1964]. 


9.1.  VLF  and  LF  Short-Term  Phase  Stability 

The  phase  stability  of  some  VLF  and  LF  signals 
was  analyzed  for  several  10-day  periods  in  October 
1962  and  June/October  1963.  The  data  involved  the 
WWVL,  WWVB,  and  NBA  signals,  as  received  at 
stations  WWV  and  WWVH.  Measurements  on  the 
phase  recordings  consisted  of  fitting  a  least  square 
fine  to  phase  points  taken  at  1/2-hr  intervals  for  either 
all  daylight  or  all  darkness  on  the  path  for  a  given  day; 
calculating  the  daily  standard  error  of  estimate  about 
this  fitted  line;  and,  averaging  these  daily  standard 
error  of  estimates  to  obtain  the  mean  variation,  Savg  (ph>, 
for  each  10-day  period.  A  summary  of  these  statistics 
is  given  in  table  1.  Several  interesting  observations 
can  be  made  from  these  data:  (1)  The  LF  stability 
appears  to  be  considerably  better  than  that  for  the  VLF 
measurements  during  the  daytime;  (2)  the  nighttime 
variations  for  both  frequency  bands  are  comparable; 
(3)  in  each  frequency  band,  fluctuations  during  the 
daytime  are  much  less  than  those  at  night;  and,  (4) 
generally,  some  improvement  in  phase  stability  is 
associated  with  the  NBS  high  power  low-frequency 
broadcasts. 

Phase  fluctuations  observed  at  a  receiver  output 
result  from  a  combination  of  effects,  due  to:  (1)  The 
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FIGURE  11.    Monthly  average  offset  differences  between  WWVL  and  WWVB  as  received  at  station  WWV. 
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FIGURE  13.    Histograms  of  WWVLjWWVB  offset  differences  for  low  power  and  high  power  broadcasts. 


transmitting  system;  (2)  the  propagation  medium;  (3) 
atmospheric  and  other  types  of  noise;  and  (4)  the 
receiving  system.  The  standard  deviations  of  short 
time  fluctuations  in  the  transmitted  phase  of  the 
WWVL  and  WWVB  signals  is  believed  to  be  about  0.1 
/usee.  Since  the  receiving  systems  employed  also 
introduce  phase  errors  which  are  believed  to  be  about 
0.1  jiisec,  the  total  rms  instrumentation  threshold  is 
near  several  tenths  of  a  /xsec.  In  view  of  this, 
phase  fluctuations  near  this  threshold  are  not  believed 
significant  in  showing  the  influence  of  the  other  two 
factors  — the  propagation  path  and  the  received  noise. 


It  has  been  shown  [Watt  et  al.,  1959]  that  this  latter 
factor  produces  a  noise-induced  standard  deviation  of 
phase,  Savg  (noise),  where 

S  ~  1 

avg(noise)  V2(C/A02 

and  C  and  N  are  the  effective  carrier  and  noise  power 
at  the  phase  measuring  point  in  the  receiving  system. 
In  this  paper  the  phase  variations  induced  by  noise 
refer  to  this  last  described  factor  as  distinguished 
from  phase  variations  caused  by  propagation  factors. 
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FIGURE  14.    Comparison  of  running  averages  and  daily  values  of  WWVH  and  WWV  frequencies. 


On  the  basis  of  a  calculated  signal-to-noise  ratio  foi 
the  low-power  20  kc/s  broadcast,  the  standard  deviation 
of  the  phase  attributable  to  noise  is  of  the  order  of  0.5 
/Asec  [Watt  et  al.,  1959].  A  similar  figure  was  obtained 
for  the  low  power,  60  kc/s  broadcast  [Watt,  1964]. 
Such  values  seem  to  be  comparable  with  the  records 
as  shown  in  figures  5  and  6.  Because  the  signal- 
to-noise  ratio  is  improved  by  higher  radiated  power 
(an  increase  in  power  of  about  50  and  3000  in  the  case 
of  the  20  and  the  60  kc/s  signals  respectively),  the 
phase  variation  contributed  by  noise  should  be  con- 
siderably reduced  with  the  higher  power  broadcasts 
from  Ft.  Collins. 

The  precision,  e,  of  frequency  comparisons  with 
fixed  bandwidth  at  VLF,  using  techniques  employed 
in  these  studies  has  been  shown  [Watt  et  al.,  1959] 
to  be 

_  (NIC)1'2 

where  N  and  C  are  the  narrow  band  noise  and  carrier 
powers,  respectively,  C/N>  1,  oj  =  27t/,  and  T  is  the 
erf 

averaging  time,  e  =  -yr  where  erf  a  is  the  standard 
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deviation  of  the  frequency  difference  between  the 
received  frequency  and  the  local  standard  frequency,/. 
If  the  precision  of  the  measurement  is  limited  by  the 
carrier-to-noise  ratio,  then  an  increase  in  the  carrier 
level  would  improve  the  results,  that  is,  e  is  reduced. 
For  the  WWVL  broadcasts  C/N  was  increased  by  50, 
and  we  would  expect  a  reduction  in  e  of  about  7  to  1, 
if  the  precision  was  limited  only  by  a  fixed  noise  level. 
With  a  time  varying  noise  level,  the  expected  improve- 
ment would  of  course  be  less.  In  addition,  a  fixed 
threshold,  consisting  both  of  propagation  phase  varia- 
tion and  instrument  limitations,  could  limit  the  im- 
provement obtained  by  increasing  power.  It  is  likely 
that  all  of  the  above  effects  contribute  in  causing  the 
observed  improvement  to  be  only  2  to  1. 

The  short-term  stabilities  shown  in  this  report 
approach  the  limit  of  precision  obtainable  with  present 
oscillators,  receivers,  and  recorders  in  use  at  WWV 
and  WWVH.  Much  additional  work  is  required  to 
reduce  instrument  system  errors  and  to  ascertain 
seasonal  and  reciprocal  path  effects.  From  such 
work,  and  by  use  of  comparison  oscillators  with  stabil- 
ities better  than  1  part  in  1011,  it  may  be  possible  to 
deduce  the  ultimate  phase  stability  of  VLF  and  LF 
signals  [Brady,  1964]. 
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Table  1.    Summary  Statistics  of  Phase  Stability  Measurements 


Transmitter 

Receiving 
Station 

October  1962 

October  1963 

June  1963 

Day 

Night 

Day 

Night 

Day 

Night 

Savg (ph) 

n 

k 

Savg (ph) 

n 

k 

Savg (ph) 

n 

k 

Savg (ph) 

n 

k 

Savg (ph) 

» 

k 

Savg (ph) 

n 

k 

WWVB 

wwv 

0.  2  us 

18 

10 

0.  7  us 

13 

10 

0.  1  us 

19 

10 

0.  7  (is 

13 

10 

0.  2  us 

15 

10 

0.  6  (is 

11 

10 

WWVL 

wwv 

0.  6  us 

19 

8 

0.9  (is 

13 

10 

0.  3  us 

18 

10 

0.  9  (is 

13 

10 

0.  6  us 

17 

10 

0.  7  us 

10 

10 

WWVH 

0.  7  ,is 

14 

10 

I.  8  US 

15 

10 

0.  8  us 

15 

8 

2.  7  (is 

13 

10 

NBA 

WWV 

0.  8  us 

17 

10 

1.3  us 

17 

10 

0.  6  UB 

16 

10 

0.  7  (is 

12 

10 

WWVH 

0.  7  us 

15 

10 

1.  0  us 

10 

10 

Statistics  Denoted  as  Follows: 

^avg(ph)   =   avera8e  Pnase  stability  given  by  standard  error  of  estimate, 
n   =   number  of  0,  5  hours  measurements, 
k   =   number  of  days  for  which  measurements  made. 


Table  2.    Diurnal  Characteristics  of  VLF  and  LF  Signals 


DIURNAL  DATA  1/ 


Transmitter 

Receiving 
Station 

Distance  Between 
Transmitter  and 
Receiver 
Km 

Measurement 
Time 

UT 

June  1963 

October  1963 

*di 
usee. 

Savg  (di) 
usee. 

n 

k 

Xdi 
usee. 

Savg  (di) 
usee. 

k 

WWVB 

WWV 
WWVH 

2400 
5300 

0400-0900 

18.  7 

1.  1 

11 

10 

19.  8 

0.  8 

11 

10 

WWVL 

WWV 
WWVH 

2400 
5300 

0400-0900 
0500-1200 

10.2 
29.  1 

1.4 

2.9 

11 
14 

9 
10 

15.  2 
32.  0 

1.  3 
1.  8 

11 
15 

10 
10 

NBA 

WWV 
WWVH 

3300 
8300 

0200-0900 
0530-1100 

28.  9 
44.  9 

1.  5 

1.3 

14 

10 

10 
6 

1/  Statistics  Denoted  as  Follows: 


=  grand  average  of  diurnal  phase  change. 

S  ...»  =  average  standard  deviation  of  diurnal  phase  measurements, 
avg  {di> 

n   =  number  of  0.  5  hour  measurement  periods  per  night, 

k    =  number  of  days  for  which  measurements  made. 


9.2.  VLF  and  LF  Diurnal  Phase  Shifts 

Sample  diurnal  variation  measurements  were  made 
on  the  records  of  WWVL,  WWVB,  and  NBA,  and  the 
results  are  shown  in  table  2.  (The  average  diurnal 
phase  change  Savg(di),  is  determined  hy  comparing  a 
series  of  phase  readings  taken  during  the  nighttime 
portion  of  the  recordings  with  the  average  daytime 
phase  level  of  the  preceding  and  following  days.)  The 


data  admittedly  are  sparse  as  they  are  essentially 
single  distance  measurements  for  each  station  during 
a  2-month  period.  They  do,  however,  indicate  the 
magnitude  of  the  diurnal  changes  observed  for  several 
different  carrier  frequencies  and  propagation  dis- 
tances together  with  the  standard  deviations  of  the 
measurements.  Blackband  [1964]  has  found  that,  for 
distances  greater  than  about  4800  km  in  the  frequency 
range  of  18  to  20  kc/s,  the  magnitude  of  the  diurnal 
phase  changes  tends  to  increase  linearly  with  distance. 
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Wait  [1963]  has  shown  that  mode  theory  substantiates 
Blackband's  experimental  data.  Since  some  of  the 
measurements  given  here  were  taken  outside  this 
frequency  range,  and  within  the  critical  second,  or 
higher  order,  mode  distances,  and  were  quite  sparse, 
direct  correspondence  with  Blackband's  results  may 
not  be  expected.    (See  also  [Volland,  1964].) 

An  additional  effect  should  be  considered  [Watt, 
1964]:  considerable  variation  may  occur  when  diurnal 
shifts  are  measured  at  points  which  are  equidistant 
but  in  different  directions  from  the  same  transmitter, 
because  of  differences  in  day  and  night  phase  veloci- 
ties corresponding  to  each  direction.  Also,  this  direc- 
tional effect  may  vary  for  land  or  sea  paths  and  with 
geographical  latitude.  Such  characteristics  have  been 
predicted  previously  by  Wait  [1962]. 

The  constancy  of  the  diurnal  phase  shift  is  an  impor- 
tant factor  in  the  day-to-day  intercomparisons  of  fre- 
quency standards  via  low-frequency  signals.  The 
imminent  improvement  in  atomic  frequency  standards 
[Stoyko,  1964]  will  necessitate  thorough  intercom- 
parison  of  such  standards,  and,  if  evaluated  by  low- 
frequency  radio  signals,  the  limits  introduced  by 
propagation  factors  must  be  considered. 


The  results  of  this  study  were  made  possible  through 
the  combined  efforts  and  cooperation  of  many  people. 
At  stations  WWV  and  WWVH  the  measurements 
were  made  by  the  staffs  of  Fred  Sera  and  Sadami 
Katahara,  respectively.  Catherine  Barclay  and 
Vincent  Heaton  of  the  NBS,  Boulder  Laboratories 
contributed  much  in  the  day-to-day  calibration  and 
frequency  steering  work.  We  have  also  benefited 
from  many  helpful  discussions  with  A.  D.  Watt,  D.  D. 
Crombie,  E.  L.  Crow,  and  J.  F.  Brockman.  The  com- 
puter program  analysis  resulted  from  the  work  of 
Kenneth  Yocum,  John  Devenney,  Jean  Petersen,  and 
Joan  Berube.  The  NBA  recordings  made  at  WWVH 
were  made  available  by  D.  D.  Crombie.  The  assist- 
ance of  Carole  Craig  in  the  preparation  of  this  manu- 
script is  gratefully  acknowledged. 

10.  References 

Beehler,  R.  E.,  W.  R.  Atkinson,  L.  E.  Heim,  and  C.  S.  Snider  (Dec. 

1962),  A  comparison  of  direct  and  servo  methods  for  utilizing 

cesium  beam  resonators  as  frequency  standards,  IRE  Trans. 

Instr.  1-11,  No.  3-4,  231-238. 
Blackband,  W.  T.  (1964),  Diurnal  changes  in  the  time  of  propagation 

of  V.L.F.  waves  over  single  mode  paths,  Propagation  of  radio 

waves  at  frequencies  below  300  kc/s,  (Pergamon  Press),  chap  16, 

219-229;  forward,  VI. 
Blair,  B.  E.,  A.  H.  Morgan,  and  L.  J.  Edlin  (1965),  Performance 

characteristics  of  commercial  Rb  atomic  frequency  standards 

(private  communication). 
Box,  G.  E.  P.  (1953),  Non-normality  and  tests  on  variances,  Bio- 

metrika  40,  318-335. 
Brady,  A.  H.  (Mar.  1964),  On  the  long  term  phase  stability  of  the  19.8 

kc/s  signal  transmitted  from  Hawaii,  and  received  at  Boulder, 

Colorado,  Radio  Sci.  J.  Res.  NBS  68D  No.  3,  283-289. 


Burtt,  G.  J.  (Nov.  1963),  Observations  on  phase  stability  of  signals 

from  NBA  (18  kc/s)  Panama  as  received  in  New  Zealand,  Proc. 

IEE  110,  No.  11,  1928-1932. 
CCIR  (Nov.-Dec.  1962),  Standard  frequencies  and  time  signals, 

Frequency  1,  No.  1,  28-31. 
Crombie,  D.  D.,  A.  H.  Allen,  and  M.  Newman  (May  1958),  Phase 

variations  of  16  kc/s  transmissions  from  Rugby  as  received  in 

New  Zealand,  Proc.  IEE  105B,  301-304. 
Crombie,  D.  D.  (Jan.  1964),  Periodic  fading  of  VLF  signals  received 

over  long  paths  during  sunrise  and  sunset,  Radio  Sci.  J.  Res.  NBS 

68D,  No.  1,  27-34. 
Crow,  E.  L.,  F.  A.  Davis,  and  M.  W.  Maxfield  (1960),  Statistics 

manual,  18, 104, 147-165  (Dover  Publications,  Inc.). 
Davies,  O.  L.  (Ed)  (1957),  Statistical  methods  in  research  and  pro- 
duction, 16-17,  61-62  (Hafner  Publishing  Company). 
Fey,  R.  L.,  J.  B.  Milton,  and  A.  H.  Morgan  (March  17,  1962),  Remote 

phase  control  of  radio  station  WWVL,  Nature  193,  No.  4820, 
1063-1064. 

Looney,  C.  H.,  Jr.  (Feb.  1961),  A  very  low  frequency  synchronizing 

system,  Proc.  IRE  49,  No.  2,  448-452. 
Looney,  C.  H.,  Jr.  (January  1964)  VLF  utilization  at  NASA  satellite 

tracking  stations,  Radio  Sci.  J.  Res.  NBS  68D,  No.  1,  43-45. 
Mockler,  R.  C,  R.  E.  Beehler,  and  C.  S.  Snider  (Sept.  1960),  Atomic 

beam  frequency  standards,  IRE  Trans.  Instr.  1-9,  No.  2,  120- 

132. 

Morgan,  A.  H.,  and  D.  H.  Andrews  (Apr.  1961),  Methodes  et  tech- 
niques de  controle  des  ondes  kilometriques  et  myriametriques 
aux  Boulder  Laboratories,  Comite  Consultatif  pour  la  Definition 
de  la  Seconde  aupres  du  Comite  International  des  Poids  et 
Mesures,  2e  session,  Annexe  6,  (Gauthier-Villars  &  Cie,  Paris), 
68-72. 

Morgan,  A.  H.  (Aug.  1962),  Frequency  and  time  calibration  services 
at  the  Boulder  Laboratories  of  the  National  Bureau  of  Standards, 
NBS  Miscellaneous  Publication  248,  Proc.  1962  Standards  Labora 
tory  Conference,  37-43. 

Morgan,  A.  H.  (June  1963),  Time  and  frequency  broadcasting,  ISA 
Journal  10,  No.  6,  49-54. 

NBS  (July  1957),  Experimental  standard  frequency  broadcasts  on 
60  kc/s,  NBS  Tech.  News  Bull.  41,  99-100. 

NBS  (May  1960),  Standard  frequency  broadcasts  on  20  kc/s,  Journal 
des  Telecommunications  27,  118f-119f. 

NBS  (October  1963),  New  facilities  dedicated  for  WWVB  and 
WWVL,  NBS  Tech.  News  Bull.  47,  No.  10,  178-180. 

Pierce,  J.  A.  (Dec.  1958),  Recent  long  distance  frequency  compari- 
sons, IRE  Trans.  Instr.  1-7,  No.  3-1,  207-210. 

Pressey,  B.  G.,  G.  E.  Ashwell,  J.  Hargreaves  (Mar.  1961),  The  phase 
variation  of  very-low  frequency  waves  propagated  over  long 
distances,  Proc.  IEE  108-B,  No.  38,  214-226. 

Richardson,  J.  M.  (Jan.  1964),  Establishment  of  new  facilities  for 
WWVL  and  WWVB,  Radio  Sci.  J.  Res.  NBS  68D,  No.  1,  135. 

Somerville,  P.  N.  (1958),  Tables  for  obtaining  non-parametric  toler- 
ance limits,  Ann.  Math.  Stat.  29,  599-601. 

Stoyko,  A.,  M.  N.  Stoyko  (Jan. -Feb.  1964)  La  rotation  de  la  terre 
et  le  probleme  de  l'heure  au  Symposium  International  des  Marees 
Terrestres  et  au  Congres  International  de  Chrometrie,  Bull  Horaire 
n°7  (serie  6)  186-187. 

Tracor  (Mar.-Apr.  1964),  Goings-on  in  LF  and  VLF,  IEEE  Digest, 
Frequency  2,  No.  2,  12-13. 

Volland,  Hans  (1964),  Diurnal  phase  variation  of  VLF  waves  at 
medium  distances,  Radio  Sci.  J.  Res.  NBS  68D,  No.  2,  225-238. 

Wait,  J.  R.  (1962),  Electromagnetic  waves  in  stratified  media, 
(Pergamon  Press,  Ltd.,  Oxford). 

Wait,  J.  R.  (1963),  A  note  on  diurnal  phase  changes  of  very  low 
frequency  waves  for  long  paths,  J.  Geophys.  Res  68,  338-340. 

Watt,  A.  D.,  and  R.  W.  Plush  (July-Aug.  1959),  Power  requirements 
and  choice  of  an  optimum  frequency  for  a  world-wide  standard 
frequency  broadcasting  station,  J.  Res.  NBS  63D  (Radio  Prop.), 
No.  1  35^14. 

Watt,  A'.  D.,  R.  W.  Plush,  W.  W.  Brown,  and  A.  H.  Morgan  (Nov.- 
Dec.  1961),  Worldwide  VLF  standard  frequency  and  time  signal 
broadcasting,  J.  Res.  NBS  65D  (Radio  Prop.),  No.  6,  617-627. 

Watt,  A.  D.  (May  1964),  private  communication. 

(Paper  69D7-525) 


336-928 


LF-VLF  Frequency  and  Time  Services  of  the 
National  Bureau  of  Standards 
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Abstract — The  United  States  Frequency  Standard  and  National 
Bureau  of  Standards  Time  Scale  are  described,  and  the  techniques 
by  which  they  are  used  to  control  the  broadcasts  from  WWVB  and 
WWVL,  Fort  Collins,  Colo.,  are  presented.  A  practical  method  for 
control  of  frequency  and  time  broadcasts  from  WWV,  Greenbelt, 
Md.,  is  described  and  actual  results  shown. 

Introduction 

ECENT  ADVANCES  in  space  technology  have 
imposed  upon  timing  systems  a  greater  need  for 
precise  time  synchronization  between  ground  sta- 
tions separated  by  thousands  of  miles.  The  National 
Bureau  of  Standards  is  meeting  this  challenging  re- 
quirement with  improved  standards  and  improved  tech- 
niques for  disseminating  them  by  means  of  radio  broad- 
casts at  LF  and  VLF. 

Frequency  Standard 

The  National  Bureau  of  Standards  maintains  the 
United  States  Frequency  Standard  at  its  laboratories  in 
Boulder,  Colo.  The  USFS  has  a  defined  frequency  of 
9  192  631  770.00  Hz  for  the  (F  =  4,  mF  =  0)^>(F=3, 
m,F  =  0)  transition  in  the  ground  electronic  state  of 
cesium133. 

This  frequency  standard  is  physically  realized  in 
atomic  beam  devices  designated  NBS-II  and  NBS-III. 
NBS-II  and  its  forerunner,  NBS-I,  are  fully  described 
elsewhere1  by  Mockler  and  others  of  his  staff.  NBS-III 
has  a  separation  of  366  cm  for  its  perturbing  oscillating 
field  as  against  164  cm  for  NBS-II,  which  results  in 
the  narrower  line  width  of  50  Hz  compared  with  the 
120  Hz  line  width  of  NBS-II. 

These  devices  realize  the  USFS  with  an  uncertainty 
of  ~1  X  10_u  and  have  precisions  approaching  2  X 10-12. 

Upon  this  standard  all  of  the  frequency  and  Time 
Services  of  the  National  Bureau  of  Standards  are  based. 

NBS-A  Time  Scale 

The  frequency  of  a  continuously  running  device  is 
measured  daily  in  terms  of  the  United  States  Frequency 
Standard  (the  devices  designated  NBS-I,  NBS-II,  and 
NBS-III  are  high-quality  laboratory  machines,  un- 
suited  by  nature  and  complexity  to  continuous  opera- 
tion), and  it  is  possible  to  generate  a  time  scale  with 
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1  R.  C.  Mockler,  R.  E.  Beehler,  and  C.  S.  Snider,  "Atomic  beam- 
frequency  standards,"  IRE  Trans,  on  Instrumentation,  vol.  1-9,  pp. 
120-132,  September  1960. 


the  same  uncertainty  and  stability  as  that  of  the  USFS. 
This  derives  partly  from  the  fact  that  frequency  and 
time  interval  are  inversely  related. 

The  National  Bureau  of  Standards  Atomic  (NBS-A) 
time  scale,  described  by  Barnes,  Andrews,  and  Allan,2 
approaches  the  USFS  uncertainty  very  closely.  Actually 
five  continuously  running  frequency  generators  are 
compared  with  the  USFS  each  working  day.  These 
generators  are  well  aged  and  are  assumed  to  have  a 
linear  frequency  drift  between  measurements.  At  in- 
tervals of  about  two  weeks  the  daily  frequency  mea- 
surements are  examined  with  the  aid  of  a  computer  to 
obtain  the  deviation  of  each  one  from  a  straight  line. 
Time  is  computed  then  on  the  basis  of  the  group  of 
generators  weighted  inversely  as  the  square  of  the 
deviation  of  the  frequency  of  each  generator  from  the 
straight  line. 

This  system  produces  an  extremely  good  time  scale 
which,  however,  has  the  same  disadvantage,  from  an 
operating  point  of  view,  as  the  devices  used  to  realize 
the  USFS.  It  presently  is  incapable  of  producing  a  con- 
tinuously available  time  reference  incorporating  the  full 
accuracy  of  the  USFS. 

NBS-UA  Time  Scale 

Time  signals  presently  broadcast  from  the  NBS 
radio  stations  are  an  approximation  to  UT  (Universal 
Time)  based  on  a  fixed  annual  offset  from  the  atomically 
determined  frequency  and  with  step  time  adjustments 
of  100  ms  as  needed  to  keep  the  time  as  broadcast  within 
about  150  ms  of  actual  UT2.  During  the  calendar  year 
1964  the  frequency  used  to  approximate  UT2  is  150 
parts  in  1010  lower  than  the  atomically  determined  fre- 
quency. 

The  National  Bureau  of  Standards  derives  the  NBS- 
UA  time  scale  by  applying  the  appropriate  offset  fre- 
quencies and  time  jumps  as  required  to  the  NBS-A 
time  scale. 

This  still  lacks  the  continuity  necessary  to  operate 
radio  stations. 

A  further  approximation,  having  the  desired  con- 
tinuity, is  made  by  applying  drift-rate  correction  to  the 
output  of  one  of  the  frequency  generators.  Since  the 
generator  used  for  this  purpose  has  very  good  stability 
and  very  nearly  linear  drift  rate,  it  is  quite  practical  to 
"program  out"  the  drift.  At  Boulder  a  system  for  ac- 

2  J.  A.  Barnes,  D.  H.  Andrews,  and  D.  W.  Allan,  "The  NBS-A 
time  scale — its  generation  and  dissemination,"  this  issue,  page  228. 


337-233 


complishing  this  mechanically  is  used.  The  system  was 
developed  concurrently,  but  independently,  with  a  com- 
mercial system,  and  was  in  use  at  Boulder  prior  to  the 
availability  of  a  commercial  unit.  This  drift-rate  cor- 
rector consists  [2]  of  a  phase  shifter  driven  by  two  ball- 
disk  integrators  in  cascade  with  appropriate  gear  re- 
duction units  and  synchronous  motors. 

The  time  derived  from  the  drift-corrected  oscillator  is 
compared  frequently  with  time  computed  on  the  NBS- 
UA  time  scale.  Corrections  are  made  to  the  drift-rate 
settings  as  necessary  to  keep  the  drift-corrected  time  in 
close  agreement  with  the  NBS-UA  time  scale.  In  prac- 
tice it  has  been  possible  to  do  this  within  a  few  micro- 
seconds tolerance,  at  the  same  time  holding  the  fre- 
quency within  1  or  2X1011  of  the  USFS. 

The  previously  described  system  provides  the  broad- 
casting services  with  a  continuous  source  of  standard 
frequency  which  is  time-locked  to  the  NBS-UA  time 
scale  for  all  practical  purposes. 

Phase-Lock  Link 

Since  the  high  field  strengths  associated  with  trans- 
mitters make  it  highly  undesirable  to  have  them  in 
close  proximity  to  precision  laboratories,  the  LF  and 
VLF  transmitters  are  located  about  fifty  miles  away 
from  the  Boulder  laboratories  at  Fort  Collins,  Colo. 
This  adds  to  the  problem  of  precise  control  of  the  trans- 
mitted frequencies.  Also  phase  fluctuations  normally  oc- 
cur due  to  temperature  variations  at  the  transmitters 
and  shifting  of  the  antenna  system  due  to  winds,  ice, 
and  thermal  expansion. 

All  these  fluctuations  and  the  relating  of  the  fre- 
quency to  the  drift-corrected  oscillator  are  taken  care 
of  in  the  phase-lock  system  in  use  between  Boulder  and 
Fort  Collins. 

The  phases  of  the  signals  transmitted  at  20  kHz  and 


60  kHz  are  monitored  at  the  Boulder  laboratories  and 
compared  with  the  phases  of  signals  generated  by  the 
drift-corrected  oscillator. 

When  the  phase  of  the  received  signal  varies  from  the 
phase  of  the  reference  signal,  an  error  voltage  is  pro- 
duced. Then  this  error  signal  is  made  to  produce  ap- 
propriate FM  signals  feeding  a  transmitter  operating  at 
50  MHz.  This  transmission  is  beamed  by  a  directional 
antenna  array  to  Fort  Collins. 

Signals  as  received  at  Fort  Collins  operate  servo 
systems  to  control  the  transmitted  phases  at  each  fre- 
quency. The  transmission  system  actually  broadcasts 
both  the  reference  signal  and  the  error  signal  for  each 
correction  servo  system.  By  this  technique  it  has  been 
possible  to  eliminate  most  of  the  propagation  fluctua- 
tions due  to  the  control  link  in  the  phase  of  the  trans- 
mitted signals  at  20  kHz  and  60  kHz. 

Figure  1  shows  in  block  diagram  form  the  steps  in- 
volved in  making  possible  the  accurate  transmissions 
from  WWVB  and  WWVL  at  Fort  Collins.  Later  the 
significant  part  these  transmissions  play  in  the  control 
of  WWV  will  be  described. 

Figure  2  illustrates  in  block  diagram  form  the  Boulder 
end  of  the  phase-lock  system.  From  left  to  right  this 
diagram  shows  the  LF  and  VLF  receivers,  phase  de- 
tectors, oscillators,  modulator  amplifiers,  and  the  mixer 
necessary  to  provide  the  reference  and  error  signals  to 
the  50  MHz  FM  transmitter. 

Figure  3  continues  the  phase-lock  system  at  the 
Fort  Collins  end  of  the  link.  The  50  MHz  receiver  at 
the  upper  right  of  the  diagram  picks  up  the  signals 
beamed  from  Boulder.  The  received  signal  is  split  then 
into  its  three  component  signals  whose  frequencies  are 
400  Hz,  5.4  kHz,  and  10.5  kHz.  The  three  frequencies 
carry,  respectively,  the  reference  phase  information, 
the  20  kHz  error  phase  information,  and  the  60  kHz 
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Fig.  4.    Boulder  phase  correction  equipment. 


error  phase  information.  As  will  be  noted  the  60  kHz 
system  bears  the  brunt  of  the  oscillator  drift  correction, 
and  the  20  kHz  system  compensates  mainly  for  varia- 
tions in  the  phase  of  the  VLF  antenna  system.  This 
serves  to  share  the  load  on  the  servo  systems  when  both 
transmitters  are  working.  It  can  also  be  seen  that  the 
system  will  function  quite  well  with  either  frequency 
alone. 

The  system  is  basically  a  simple  servo  system  with  an 
FM  link  coupling  the  phase  detectors  to  the  servo 
motors  and  phase  correcting  devices. 

The  performance  of  this  system  has  been  remarkably 
excellent.  Very  few  malfunctions  have  been  observed  in 
more  than  a  year's  operation.  The  circuitry  is  almost 
entirely  transistorized. 

Figure  4  shows  the  Boulder  part  of  the  phase  correc- 
tion equipment.  The  unit  at  Fort  Collins  is  constructed 
along  similar  lines.  The  50  MHz  transmitter  and  re- 
ceiver are  not  included  in  this  photograph.  They  are 
commercial  items  which  have  been  modified  for  this 
purpose  by  the  National  Bureau  of  Standards. 

The  system  maintains  the  transmitted  phase  of  each 
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signal  within  about  0.1  of  the  reference  phase  at 
Boulder.  Short  term  variations  of  a  few  microseconds 
occurring  with  a  period  of  several  seconds,  may  occur 
when  heavy  winds  are  blowing  at  Fort  Collins  causing 
the  antenna  to  sway  and  detune. 

LF-VLF  Antenna  Properties 

At  this  point  it  may  be  well  to  describe  briefly  the 
LF  and  VLF  antenna  properties  at  Fort  Collins. 

Two  large  diamond  shaped  antennas  each  supported 
by  four  400-foot  masts  are  used  for  radiating  the  power 
from  two  50  kW  transmitters  operating  at  20  kHz 
and  60  kHz.  The  radiated  power  from  these  antenna 
systems  is  presently  about  500  watts  at  20  kHz  and  4 
kW  at  60  KHz.  It  is  expected  that  improvements  that 
will  be  made  in  1965  will  raise  the  transmitted  power  to 
1  kW  at  20  kHz  and  10  kW  at  60  kHz. 

The  radiation  pattern  is  believed  to  be  substantially 
omnidirectional.  Field  studies  are  planned  which  will 
determine  what  effect  the  mast  configuration  and 
nearby  mountains  have  on  the  concentricity  of  the 
radiation  pattern. 
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Monitoring  at  WWV 

Having  described  briefly  the  frequency  standards 
maintained  by  the  Boulder  laboratories  and  shown  how 
the  signals  from  WWVB  and  WWVL  are  related  to 
these  signals,  it  is  now  possible  to  proceed  with  the 
methods  and  techniques  presently  in  use  by  NBS  to 
control  WWV  at  Greenbelt,  Md. 

The  transmissions  at  both  20  kHz  and  60  kHz  are 
received  at  WWV  using  techniques  referred  to  by 
Morgan  and  Andrews3  in  an  earlier  publication.  The 
reference  signal  at  WWV  is  taken  from  the  oscillator 
controlling  the  broadcasts. 

Each  week  the  phase  records  taken  at  both  fre- 
quencies are  mailed  to  Boulder,  and  have  been  analyzed 
for  time  drift  of  WWV's  signals  relative  to  the  stabilized 
phase  transmissions  from  Fort  Collins. 

It  has  been  possible  to  maintain  good  records,  even 
during  the  time  when  WWVB  and  WWVL  were  on  the 
air  for  only  six  hours  a  day.  This  is  quite  practical  when 
the  oscillator  at  the  receiving  site  is  of  such  stability 
that  the  daily  drift  never  exceeds  a  half  cycle  of  the  fre- 
quency being  monitored. 

The  monitoring  records  are  most  favorable  when  read- 
ings are  taken  at  the  time  when  noon  occurs  at  the  mid- 
point of  the  path  between  the  transmitter  and  the  re- 
ceiver. For  this  path  the  best  observation  time  is  1  p.m. 
EST  or  11  A.M.  MST.  Converted  to  Universal  Time, 
this  is  1800. 

For  the  purpose  of  this  study  readings  were  taken 
each  day  at  1800,  1900,  2000,  and  2100  UT  and  aver- 
aged. The  phase  records  were  taken  with  a  50  fxs  full 
scale  at  20  kHz  and  with  a  16f  jus  full  scale  at  60 
kHz.  These  scale  widths  equal  a  full  cycle  at  each  fre- 
quency and  conveniently  avoid  phase  ambiguities  oc- 
curring due  to  diurnal  effects. 

Experimental  Results 

The  experimental  results  obtained  in  time  control  of 
WWV  during  five  months  in  the  first  half  of  1964  are 
presented  in  four  charts  that  will  be  described  in  detail. 

On  January  18,  1964,  the  drift  corrected  oscillator, 
referred  to  previously,  was  put  in  control  of  WWVB  and 
WWVL  by  means  of  the  phase-lock  link  between 
Boulder  and  Fort  Collins.  At  that  time,  the  operator  at 
WWV  was  instructed  to  maintain  phase  between  the 
WWV  master  oscillator  and  the  transmissions  of 
WWVB  and  WWVL  as  closely  as  possible  by  simple  step 
adjustments  of  the  controlling  oscillator  in  increments 
not  exceeding  1  X  10-11.  Pending  the  availability  of  more 
sophisticated  equipment  to  do  this  task  this  technique 
has  been  in  effect  for  all  of  1964  except  the  first  half  of 
January. 

Results  of  this  experiment  are  shown  in  Figs.  5-8. 
The  abscissa  of  each  of  these  figures  is  time  of  the  year 
blocked  off  by  months.  The  ordinate  scale  of  Fig.  5  is 
blocked  off  in  10  fxs  increments.  The  values  plotted  are 

*  A.  H.  Morgan  and  D.  H.  Andrews,  "Frequency  calibration  re- 
ceiving systems  and  techniques  using  standard  LF  and  VLF  signals," 
April  2,  1962,  private  communication. 
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Fig.  5.    Monitor  chart  readings  of  WWVL  at  WWV. 


Fig.  6.    Monitor  chart  readings  of  WWVB  at  WWV. 


actual  chart  readings  in  microseconds  with  an  arbitrary 
zero  point.  The  curve  consists  of  daily  values  plotted 
point  by  point.  This  shows  the  raw  data  as  observed  on 
the  monitor  at  WWV  recording  WWVL.  Even  though 
this  curve  is  quite  jagged,  it  is  immediately  evident 
that  WWV  time  has  been  maintained  within  +  25  (is  of 
WWVL  phase  throughout  this  period. 

The  jaggedness  of  the  raw  data  plot  is  thought  to  be 
attributable,  at  least  partly,  to  propagation  variations. 
Experience  with  the  controlling  oscillator  at  WWV  in- 
dicates that  the  variations  from  day  to  day  are  in  excess 
of  any  that  can  be  attributed  to  the  oscillator. 

Figure  6  shows  a  very  similar  curve,  this  time  being 
a  plot  of  WWVB  as  monitored  at  WWV.  Again  the 
ordinate  is  the  monitoring  chart  reading  plotted  in 
microseconds  with  an  arbitrary  zero. 

Perhaps  the  most  significant  point  to  note  in  this  plot 
is  the  jaggedness  of  the  curve  during  January  and 
February.  During  these  months  the  curve  fluctuated 
much  more  severely  when  monitoring  WWVB  than 
when  monitoring  WWVL.  While  not  so  pronounced, 
there  seems  to  be  the  reverse  effect  during  May  and 
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vs.  standard  clock  at  Boulder. 

June,  in  that  the  monitoring  records  of  WWVL  show 
greater  fluctuations  than  those  of  WWVB. 

To  obtain  the  curves  presented  in  Fig.  7  several 
operations  were  performed  on  the  raw  data  previously 
shown.  Firstly,  somewhat  smoother  curves  were  ob- 
tained by  using  five  day  averages  of  the  raw  data  in- 
stead of  daily  values.  This  is  justifiable  upon  the  premise 
that  propagation  variations,  such  as  might  be  caused  by 
the  effective  height  of  the  ionosphere  changing  from 
day  to  day,  would  be  random  in  nature  and  thus  average 
out  in  several  days. 

In  addition  to  smoothing  of  the  data  by  using  five- 
day  running  averages,  the  mean  value  for  the  period  of 
time  shown  was  obtained  for  the  data  taken  for  WWVB 
and  WWVL.  Secondly,  the  curves  were  related  to  each 
other  by  making  the  mean  value  of  each  curve  equal  to 
zero  microseconds  on  an  arbitrary  ordinate  scale. 

Thirdly,  an  average  was  taken  of  the  curves  shown 
in  Fig.  7  and  is  plotted  in  Fig.  8.  Notice  now,  however, 
that  the  ordinates  are  on  a  new  scale  which  is  the  time 
relationship  of  the  clock  pulse  at  WWV  with  respect  to 
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the  NBS-UA  time  scale.  To  establish  this  scale  a  number 
of  trips  were  made  with  a  portable  clock  between  the 
NBS-UA  clock  at  Boulder  and  the  station  clock  at 
WWV.  The  relative  time  differences  between  the  clocks 
obtained  by  these  measurements  are  plotted  as  en- 
circled points  in  Fig.  8.  To  fit  the  curve  to  the  points 
the  average  values  were  obtained  for  the  curve  on  the 
clock-point  days  and  matched  to  the  average  value  of 
the  time  differences  obtained  from  the  portable  clock 
measurements.  The  scatter  of  the  points  relative  to  the 
monitoring  time  curve  shows  a  standard  deviation  of 
less  than  1.5  /is. 

It  should  be  noted  that  the  portable  clock  measure- 
ments are  made  customarily  on  a  round-trip  basis  so 
that  the  time  loop  can  be  closed  and  thus  avoid  gross 
errors  in  the  measurements.  In  general,  it  has  been 
possible  to  make  a  clock  trip  to  WWV  with  a  closure 
time  of  from  1  to  3  /is,  which  is  consistent  with  the  scatter 
of  the  points  on  the  monitoring  time  curve. 

Conclusions 

Using  a  combination  of  LF  and  VLF  monitoring  of 
WWVB  and  WWVL  at  WWV,  Greenbelt,  Md.,  it  has 
been  possible  to  establish  a  gain-or-loss  time  curve  for 
the  WWV  clock  relative  to  NBS-UA  which  controls 
WWVB  and  WWVL  by  phase-lock  techniques  de- 
scribed earlier. 

Further,  it  has  been  possible  to  establish  within  a 
very  few  microseconds  the  actual  time  relationship  be- 
tween the  gain-or-loss  time  curve  at  WWV  and  the 
NBS-UA  time  scale  by  means  of  portable  clocks. 

The  techniques  described  here  can  be  refined.  Im- 
provements can  be  made  in  LF-VLF  station  control,  in 
monitoring  techniques,  in  techniques  for  minimizing 
the  effects  of  scatter  in  monitoring  data  due  to  propaga- 
tion effects,  in  smoother  control  of  the  remote  clock 
oscillator,  and  in  the  portable  clocks. 

It  is  concluded  that  the  combination  of  1)  LF  and 
VLF  monitoring,  2)  portable  clock  synchronization,  3) 
a  high  quality  local  clock,  and  4)  simple  manual  adjust- 
ments of  the  oscillator  in  the  local  clock  can  maintain 
the  time  synchronization  between  widely  separated 
clocks  within  +  10  /is. 
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The  purpose  of  this  note  is  to  describe  some  new  phase  velocity 
measurements  using  signals  from  the  VLF  stations  NPG  (18.6  kc/s) 
near  Seattle,  Wash.,  and  WWVL  (20.0  kc/s)  near  Fort  Collins,  Colo. 
Previous  experimental  results  have  been  described  by  Wait  [1961]. 

The  new  measurements  consisted  of  determining  the  accumulated 
phase  over  a  known  distance  along  the  surface  of  the  earth.  These 
measurements  are  related  to  the  phase  velocity  by  the  following 
expressions.   By  definition,  the  phase  velocity  at  a  point  R  is  given  by 


VP(R)  = 


d<t>/dR 


(1) 


where  /  is  the  radio  frequency  and  <\>  is  the  phase.  Therefore,  the 
total  phase  accumulated  over  a  distance  D  is 


waveguide  mode  theory  shows  [Wait,  1962J  that  the  phase  pattern 
across  the  ground  depends  upon  the  interaction  of  several  iono- 
spheric waveguide  modes.  Near  the  transmitter  several  modes  are 
important;  however,  the  higher-order  modes  are  attenuated  rapidly 
with  distance,  so  that  at  great  distances  the  phase  pattern  is  pri- 
marily due  to  mode  1.  All  of  the  measurements  shown  in  figure  1 
appear  to  be  in  an  oscillatory  pattern  except,  perhaps,  for  the  four 
most  distant  measurements  at  18.6  kc/s  whose  average  values  lie 
on  a  straight  line.  Assuming  that  these  four  values  are  produced 
primarily  by  mode  1,  we  have  calculated  the  phase  velocity  by  fitting 
a  line,  using  the  least-squares  method,  to  the  phase  versus  distance 
measurements.  The  slope  of  this  line,  by  (1),  is  inversely  propor- 
tional to  the  phase  velocity.  Although  there  is  no  guarantee  that 
more  distant  measurements  would  not  have  shown  further  oscilla- 
tions, it  is  interesting  to  note  that  the  result  obtained  was 


Vplc  -  1  =  -  0.0026  ±  0.0007. 


(3) 


-2nf(D  dR 


If  Vp  is  a  constant,  then 


;  2nfD_ 

<t>T 


(2) 


otherwise,  (2)  gives  some  average  effective  velocity. 

The  measurements  were  accomplished  using  phase-locked  VLF 
receivers  and  very  stable  atomic  reference  frequency  standards 
mounted  in  a  mobile  laboratory  which  traversed  a  roughly  north- 
south  path  from  Boulder,  Colorado,  to  Austin,  Texas.  This  method 
is  the  opposite  of.  that  used  in  VLF  navigation,  where  the  velocity 
of  the  wave  is  assumed  known  and  position  is  then  determined 
[Stanbrough  and  Keily,  1964;  Stanbrough,  1965]  from  the  measure- 
ments of  the  phase. 

The  results  in  terms  of  the  quantity,  A$,  are  shown  in  figure  1. 
The  term  A<£  is  the  measured  accumulated  phase  in  microseconds 
minus  the  phase  that  would  have  accumulated  if  the  phase  velocity 
of  the  wave  equaled  that  of  light,  c,  in  a  vacuum.  It  is  plotted  as  a 
function  of  radial  distance  R  from  the  transmitter.  The  phase  in 
microseconds  is  related  to  the  phase  in  radians  by  the  expression, 
<t>  microseconds  =  4>  radians/27r/,  where./  is  the  radio  frequency. 
Each  value  of  A</>  at  the  two  frequencies,  18.6  and  20.0  kc/s  is  an 
average  of  six  measurements  obtained  on  different  days  within  4 
hours  of  local  noon  at  the  midpoint  of  the  path.  There  was  no  un- 
usual solar  activity  during  any  of  the  measurements.  Because  the 
measurements  did  not  start  at  the  transmitter,  the  accumulated 
phase  between  the  transmitter  and  the  starting  point  is  unknown. 
Therefore,  we  have  arbitrarily  set  A$  equal  to  zero  for  the  point 
closest  to  the  transmitter  at  each  of  the  two  frequencies.  The  error 
due  to  uncertainties  in  the  great-circle-path  length,  the  reference- 
oscillator  frequency,  and  the  phase-measurement  equipment  is  less 
than  0.5  fis. 

Although  it  is  not  our  intention  in  this  paper  to  discuss  these  results 
in  any  detail,  there  are  two  features  of  the  data  which  deserve  com- 
ment. First,  the  standard  deviation  of  the  measurements  is  consid- 
erably more  than  one  would  expect  from  the  measurement  errors 
alone.  This  spread  in  the  data  is  probably  due,  primarily,  to  varying 
local  anomalies  and  to  differences  in  the  ionosphere  between  meas- 
urements. Second,  the  phase  in  general  does  not  accumulate 
uniformly  with  distance  at  either  frequency,  but  rather  appears  to 
have  an  oscillatory  pattern  whose  amplitude  decreases  with  distance 
from  the  transmitter.    This  is  to  be  expected,  since  ionospheric 
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FIGURE  1.  Measured  phase  minus  calculated  accumulated 
phase,  in  microseconds,  at  discrete  distances  from  the 
transmitter. 


This  value,  within  the  precision  of  the  measurement,  agrees  with  a 
previous  experimental  result,  using  a  different  method,  obtained  by 
Steele  and  Chilton  [1964]  where  they  interpret  their  measurement 
as  applying  to  mode  1.  The  value  is  also  in  agreement  with  a 
theoretical  mode  1  value  obtained  by  Wait  and  Spies  [1964J  for  an 
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exponential  model  of  the  ionosphere  with  a  reference  height  of  about 
80  km  (case  with  no  earth  magnetic  field).  In  this  model  the  con- 
ducting parameter  a>r  varies  with  height,  z,  as  e+l3z,  where  /J  =  0.3 
km-1  and  where  <o,  =2.5  X  105  sec-'  at  the  reference  height.  The 
ground  conductivity  is  assumed  infinite. 

As  a  statistical  check,  the  phase  velocity,  using  the  same  method, 
was  obtained  from  the  rest  of  the  18.6-kc/s  measurements  with  the 
result  that  VJc  - 1  =-  0.0003  ±  0.0007.  It  may  be  shown  that 
this  value  differs  from  the  previous  value  at  the  5-percent  significance 
level,  thus  indicating  that  no  meaningful  phase  velocity  may  be 
obtained  by  fitting  a  straight  line  to  all  of  the  18.6-kc/s  data. 

Since  figure  1  shows  rapid  fluctuations  in  A</>  with  distance  at 
20.0  kc/s,  no  attempt  was  made  to  apply  (1)  to  this  data.  To  deter- 
mine the  phase  velocity  as  a  function  of  distance,  where  more  than 
one  mode  is  significant,  measurements  must  be  made  sufficiently 
close  together  along  the  path  to  accurately  sample  the  variation. 
A  later  paper  will  report  on  the  results  of  such  closely  spaced 
measurements  and  on  the  extension  of  the  measurements  reported 
above. 
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A  Dual  Frequency  VLF  Timing  System 


L.  FEY  and  C.  H.  LOONEY,  JR.,  senior  member,  ieee 


Abstract — The  use  of  high  precision  portable  clocks  and  radio 
signals  is  discussed  in  relation  to  synchronization  of  remotely  located 
clocks.  The  demonstrated  inherent  phase  stability,  approximately 
ten  yus  rms,  of  very-low-frequency  (VLF)  propagation  and  its  low 
attenuation  rate  with  distance,  have  led  to  various  approaches  to 
exploit  these  virtues  in  timing  applications.  The  system  considered 
here  employs  two  carrier  frequencies  with  timing  information  con- 
tained in  their  difference  frequency  to  permit  identification  of  a 
specific  cycle  of  one  of  the  carrier  frequencies.  Such  a  system  makes 
stringent  demands  on  phase  stabilities  of  the  transmitted  signals  and 
of  the  receiving  system  as  well  as  that  of  the  propagation  medium 
itself. 

The  present  system,  whose  development  has  been  supported 
jointly  by  NBS  and  NASA,  makes  use  of  NBS  radio  station  WWVL 
at  Fort  Collins,  Colo.  Receivers  are  of  the  standard  VLF  phase  track- 
ing servo  type.  A  special  signal  generator  is  used  in  conjunction  with 
the  local  clock  to  simulate  the  transmitted  signal  in  order  to  relate 
the  local  time  scale  to  that  at  the  transmitter. 

One  of  the  carrier  frequencies  is  maintained  at  20  kHz.  With  a 
second  frequency  (500  Hz  removed  from  this  frequency),  carrier 
cycle  identification  was  achieved  on  about  90  percent  of  the  days 
for  over  a  month  on  the  path  from  Fort  Collins,  Colo.,  to  Greenbelt, 
Md.  Since  January  4,  1966,  the  difference  frequency  has  been  100 
Hz,  with  somewhat  more  fluctuation  in  results.  However,  lower 
precision  is  required  for  the  initial  synchronization.  The  results  of 
averaging  to  improve  this  performance  will  be  discussed. 

TWO  BASIC  methods  are  used  for  synchronizing 
remotely  located  high  precision  clocks.  One  is 
transportation  of  operating  clocks  between  loca- 
tions where  clocks  are  to  be  synchronized;  the  other  is 
propagation  of  radio  signals  which  contain  timing  in- 
formation. 

Until  recently,  high-frequency  (HF)  propagation 
such  as  from  radio  station  WWV,  rather  than  the 
portable  clock  method,  offered  the  higher  practical  pre- 
cision of  synchronization,  with  modest  investment  in 
receiving  equipment.  This  system  employs  amplitude 
modulation  of  an  HF  carrier  with  time  ticks  once  per 
second.  The  bandwidth  used  is  limited  by  considera- 
tions of  spectrum  availability  rather  than  any  inherent 
equipment  limitations.  Propagation  is  by  means  of  the 
E  and  F  ionospheric  layers,  whose  inherent  instabilities 
limit  precisions  of  synchronization  to  around  one  milli- 
second from  day  to  day  so  that  no  additional  advantage 
accrues  from  increasing  the  present  bandwidth.  On  the 
other  hand,  improvements  in  the  uniformity  with  which 
time  scales  can  be  kept,  and  the  development  of  portable 
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quartz  crystal  clocks  and  atomic  oscillator  clocks,  now 
permit  synchronization  with  precisions  of  the  order  of 
one  microsecond  using  portable  clocks  [l],  [2].  Since 
many  of  the  demands  in  such  areas  as  satellite  and  mis- 
sile tracking,  geodesy,  seismology,  and  sophisticated 
communications  systems  are  in  the  range  which  can 
only  be  satisfied  by  portable  clocks,  increasing  use  is 
now  being  made  of  these  devices.  The  difficulty  with 
this  approach  is  that  extreme  reliability  is  required  of 
clocks  to  maintain  synchronization  for  long  periods  after 
they  have  been  synchronized.  Furthermore,  even  with- 
out clock  failures  it  has  been  shown  [3]  that  time  kept 
by  clocks  driven  by  crystal  oscillators  may  be  expected 
to  depart  from  that  of  a  uniform  standard  in  a  random 
walk  fashion,  necessitating  periodic  resynchronization. 

One  obvious  approach  in  solving  this  problem  is  to 
make  use  of  the  extreme  stability  of  very-low-frequency 
(VLF)  propagation  compared  to  that  of  HF  propaga- 
tion. This  stability  is  that  of  the  ionospheric  D  layer 
by  which  VLF  signals  propagate  and  is  such  that  day-to- 
day repeatabilities  of  better  than  10  microseconds  are 
possible.  A  further  advantage  is  the  reliability  of  this 
mode  of  propagation  and  its  extremely  low  attenuation 
rate,  permitting  worldwide  reception  from  a  single  sta- 
tion [4],  [5].  The  simplest  way  to  make  use  of  these 
advantages  is  to  synchronize  a  remote  clock  by  use  of  a 
portable  clock,  then  maintain  the  remote  clock's  syn- 
chronization by  manual  adjustment  of  its  oscillator  fre- 
quency, obtaining  the  necessary  corrections  from  VLF 
reception.  For  direct  time  synchronization,  however,  the 
VLF  approach  has  serious  limitations  when  carried  out 
in  the  same  way  as  the  high-frequency  case — that  is, 
using  pulse  modulated  timing  information.  This  limita- 
tion is  due  to  the  combination  of  low  carrier  frequency 
and  high  transmitting  antenna  Q  which  severely  re- 
stricts the  useful  bandwidth  and  prevents  the  broadcast 
of  fast  rise  time  pulses  by  VLF. 

Essentially,  then,  the  difference  between  HF  methods 
and  VLF  methods  arises  from  the  comparatively  narrow 
bandwidth  capability  but  high  propagation  stability 
available  at  VLF  which  make  new  techniques  necessary 
if  the  potential  synchronization  stability  is  to  be  reached. 
An  early  description  of  a  VLF  system  having  such  a  po- 
tential was  given  by  Casselman  and  Tibbals  at  the  1958 
IRE  Conference  on  Military  Electronics  [6].  The  orig- 
inal suggestion  for  this  system,  which  is  known  as 
Omega,  was  attributed  to  J.  A.  Pierce  of  Harvard,  who 
also  nrst  established  that  VLF  transmissions  possessed 
extremely  good  phase  stability  [7]. 
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The  Omega  system  was  proposed  for  and  is  currently 
under  active  study  as  a  worldwide  navigation  system 
[8].  Here  it  is  the  position  on  the  earth's  surface  which 
is  to  be  determined,  but  the  necessary  measurement  is  a 
time  comparison  between  CW  signals  received  from 
pairs  of  transmitting  stations.  However,  a  single  CW 
signal  is  insufficient,  since  time  measurements  on  a  CW 
signal  would  have  ambiguities  equal  to  the  period  of  the 
signal  (between  about  30  jus  to  100  us  for  the  VLF  band) 
resulting  in  position  ambiguities  spaced  by  a  few  miles. 
In  order  to  resolve  these  ambiguities,  the  navigator 
would  require  independent  knowledge  of  his  position  to 
better  than  one-half  the  spacing  of  the  ambiguities, 
which  corresponds  to  previous  synchronization  uncer- 
tainty of  less  than  one-half  of  a  carrier  period.  Omega 
employs  coherent,  closely  spaced,  multiple  frequency 
CW  broadcasts  to  overcome  this  difficulty.  In  essence, 
the  difference  frequency  between  a  pair  of  closely  spaced 
carrier  frequencies,  having  a  longer  period  than  either 
carrier  frequency,  is  used  to  resolve  ambiguities  of  the 
carrier  phase.  The  difference  frequency  period  fluctua- 
tions need  only  be  less  than  one-half  the  carrier  period 
to  permit  a  particular  carrier  cycle  to  be  unambiguously 
associated  with  a  zero  crossover  of  the  difference  fre- 
quency for  this  resolution.  The  Omega  system  carries 
out  these  resolutions  in  several  steps,  starting  with  a 
relatively  small  difference  frequency  period  to  resolve 
carrier  ambiguities,  and  then  resolving  difference  fre- 
quency ambiguities  in  turn  with  longer  difference  fre- 
quency periods.  This  process  continues  until  position 
ambiguities  are  too  widely  spaced  for  the  navigator  to 
be  uncertain  as  to  which  location  he  is  nearest.  This 
multi-step  procedure  is  necessary  in  a  navigation  sys- 
tem where  only  a  short  averaging  time  is  allowed  for 
each  determination  of  position,  and  where  the  measure- 
ment must  be  made  at  any  time  of  day  or  night  rather 
than  at  the  time  propagation  conditions  are  best.  The 
NBS-NASA  timing  system  requirements  are  less  strin- 
gent in  that  receiving  locations  are  fixed  and  synchro- 
nization information  is  not  needed  so  often  as  navigation 
position  information.  For  example,  at  NASA  tracking 
stations  [9],  employing  atomic  oscillators  or  ultra-stable 
crystal  oscillators  and  the  resultant  highly  uniform  time 
scales,  it  is  now  thought  sufficient  to  make  a  time  syn- 
chronization determination  once  a  day  during  the  time 
of  most  stable  propagation  conditions. 

NBS-NASA  System  Description 

The  NBS-NASA  system,  while  using  the  same  tech- 
niques as  Omega,  is  simpler  in  that  only  one  transmitter 
location  is  used,  making  transmission  time  sharing 
among  stations  unnecessary.  Ultimately  the  system  may 
employ  more  than  one  difference  frequency,  but  tests 
have  been  made  using  only  one  at  a  time  for  a  period  of 
several  months  each.  The  frequencies  used  in  the  NBS- 
NASA  tests  are  the  20.0  kHz  standard  frequency  carrier, 
offset  from  the  United  States  Frequency  Standard 
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(USFS)  to  conform  to  the  coordinated  Universal  Time 
scale,  with  either  20.5  kHz  or  19.9  kHz  as  the  single  aux- 
iliary frequency  for  a  given  test  period.  These  frequencies 
are  all  synthesized  from  a  common  source  which  is  phase 
locked  to  the  offset  USFS.  Carrier  period  ambiguities 
are  thus  50  j*s;  difference  frequency  period  ambiguities 
are  either  2  ms  or  10  ms.  Frequency  shift  keying  is  em- 
ployed to  utilize  the  single  transmitter  and  antenna  at 
Fort  Collins,  Colo.,  allowing  10  seconds  transmission 
time  alternately  for  each  frequency.  In  order  to  relate 
these  transmissions  to  Universal  Time  (UTC)  the 
phases  of  the  two  frequencies  being  broadcast  are 
adjusted  at  the  transmitter  to  go  through  zero  simul- 
taneously in  a  positive  direction  coincident  with  a 
seconds  tick  of  UTC.  These  phase  relations  are  main- 
tained, upon  reception,  with  the  time  of  simultaneous 
phase  agreement  delayed  by  an  amount  depending  on 
the  phase  velocity  of  the  signals  and  on  the  distance  of 
receiver  from  transmitter.  Since  there  is  a  slight  de- 
pendence of  phase  velocity  on  frequency,  an  additional 
small  phase  shift  of  the  difference  frequency  will  occur. 
In  order  to  extract  timing  information  from  the  signals, 
one  or,  with  a  little  more  convenience,  two  conventional 
phase  tracking  VLF  receivers  may  be  used. 

It  is  necessary  to  relate  the  phases  of  the  received 
signals  to  the  time  scale  operating  at  the  receiving  site 
in  order  to  perform  a  time  synchronization.  This  is  done 
by  making  use  of  an  auxiliary  device,  referred  to  as  a 
calibrator,  to  generate  from  the  local  time  scale  the  same 
two  frequencies  as  transmitted,  with  the  same  simul- 
taneous phase  relationship  conditions.  The  calibrator 
actually  consists  of  a  sawtooth  waveform  generator, 
which  is  synchronized  by  a  100  pulse-per-second  rate 
taken  from  the  local  time  scale  divider  chain.  This 
waveform  has  the  desired  properties  that  all  harmonics 
of  the  fundamental  frequency  exist,  (in  particular,  19.9 
kHz,  20.0  kHz,  and  20.5  kHz)  and  all  go  through  zero 
in  a  positive  direction  coincident  with  each  pulse  of  the 
100  pps  clock  output  which  is  in  turn  synchronized  with 
the  1  pps  clock  output.  An  interchange  of  signals  from 
the  receiving  antenna  with  the  calibrator  output  permits 
a  measurement  to  be  made  of  the  pair  of  phase  differ- 
ences. From  these  two  measured  quantities,  the  relation 
between  transmitter  time  scale  and  receiver  time  scale 
may  be  calculated,  provided  only  that  the  carrier  propa- 
gation phase  delays  are  known.  In  order  to  study  propa- 
gation fluctuations  on  the  path  from  Fort  Collins,  Colo., 
to  the  Goddard  Space  Flight  Center  at  Greenbelt,  Md., 
however,  the  clocks  at  the  two  locations  have  been  kept 
synchronized  by  the  use  of  portable  clocks  and  propaga- 
tion delay1  treated  as  the  unknown  quantity.  If  Ah 
denotes  the  measured  time  difference  between  the  phase 

1  For  purposes  of  simplicity,  the  treatment  of  this  paper  assumes 
that  propagation  is  dispersionless  so  that  no  distinction  between 
phase  velocity  and  group  velocity  is  made.  The  term  propagation 
delay  will  thus  be  used  throughout  in  referring  to  either  phase  or 
group  delay;  effects  of  dispersion  will  be  treated  later  as  a  correction. 
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of  the  received  signal  and  locally  generated  signal  of  the 
lower  frequency  /i,  and  A<2  denotes  measured  time  dif- 
ference similarly  for  the  higher  frequency  /2,  then  it  is 
shown  in  the  Appendix  that  when  the  transmitter  and 
receiver  clocks  are  synchronized,  the  propagation  delay 
td,  as  determined  from  the  difference  frequency,  is 


U  =  (A/2  -  Mi) 


h  -  h. 


+  Al2 


Using  this  formula  with  measurements  made  around 
noon  each  day  at  Greenbelt,  Md.,  propagation  delay 
has  been  calculated  for  data  taken  from  late  October 
1965  to  June  1,  1966.  From  October  to  January  4,  the 
two  frequencies  broadcast  were  20.0  kHz  and  20.5  kHz. 
From  January  4  to  June  the  frequencies  were  20.0  kHz 
and  19.9  kHz.  Results  are  shown  in  Figs.  1  and  2,  which 
display  a  plot  of  indicated  propagation  delay  as  derived 
from  the  difference  frequency  measurements.  The  data 
were  obtained  from  the  /us-counter  dial  of  a  pair  of  com- 
mercial VLF  receivers  which  have  a  resolution  of  0.1  jus. 
This  accounts  for  the  steps  in  indicated  propagation 
delay,  and  also  points  out  the  severe  requirement  on 
relative  phase  stability  of  the  two  carrier  frequencies. 
Even  though  each  transmitted  frequency  is  nominally 
phase-locked  to  a  common  reference,  there  has  been 
some  long  term  differential  phase  fluctuation.  This  made 
daily  local  measurement  of  differential  phase,  as  trans- 
mitted, necessary.  The  data  in  Figs.  1  and  2  have  been 
corrected  for  this  fluctuation.  On  May  24  an  improved 
AGC  circuit  was  installed  in  the  transmitter  phase  con- 
trol servos,  resulting  in  considerable  improvement  in 
the  transmitted  phase  stability  as  shown  in  Fig.  2.  In 
order  to  gain  a  knowledge  of  longer  term  propagation 
fluctuation,  the  data  has  been  smoothed  by  making  five- 
day  averages.  These  results  are  also  shown  in  Figs.  1 
and  2.  The  value  for  (A<2  —  A/i)  for  the  months  of  Febru- 
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ary  through  early  June  1966  approximates  —9.5  jus, 
which  corresponds  to  a  propagation  delay  of  approxi- 
mately 8100  fxs.  Portable  clock  measurements  indicate 
a  value  for  propagation  delay  of  approximately  8050  /jls. 
This  difference  of  50  jus  between  VLF  and  portable  clock 
measurements  is  equivalent  to  a  0.25  /is  bias  in  (A/2  — Ati) 
which  may  be  due  to  the  variation  of  phase  velocity  with 
frequency. 

According  to  mode  theory  calculations  of  Wait  and 
Spies  [10],  propagation  phase  velocity  decreases  with 
increasing  frequency  in  the  neighborhood  of  20.0  kHz, 
resulting  in  about  0.2  jus  delay  of  the  20.0  kHz  signal 
over  that  of  19.9  kHz  and  about  0.7  jus  delay  of  the  20.5 
kHz  signal  over  that  of  20.0  kHz  signal.  These  values  of 
0.2  jus  and  0.7  jus,  when  applied  to  the  measured  data 
shown  in  Figs.  1  and  2,  do  indicate  a  value  of  approxi- 
mately 8050  jus  for  propagation  time,  thus  bringing  the 
VLF  and  portable  clock  data  into  close  agreement.  This 
correction  is  of  theoretical  interest,  and  arises  from  the 
dispersive  properties  of  the  earth  ionosphere  waveguide 
which  cause  the  phase  and  group  velocities  to  be  dif- 
ferent. It  is  necessary  in  making  predictions  of  propaga- 
tion delay  to  receiving  points  for  which  portable  clock 
measurement  is  not  readily  accessible.  At  present,  the 
measured  values  of  propagation  delays  must  also  be 
extrapolated  with  care  for  another  reason.  Measure- 
ments made  using  portable  receiving  equipment  indicate 
that  as  much  as  one  microsecond  bias  error  in  the  phase 
of  the  difference  frequency  may  occur  as  a  result  of  close 
proximity  of  the  receiving  antenna  to  long  metallic 
structures,  such  as  power  lines,  pipes,  or  buildings.  This 
error  in  phase  could  cause  an  indicated  propagation 
delay  error  of  as  much  as  200  jus  and  makes  evident 
that,  where  precise  synchronization  is  required,  propa- 
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Fig.  3.    Residual  daily  VLF  time  fluctuations  assuming  correct 
carrier  cycle  identification  each  day. 

gation  delay  should  be  determined  with  a  portable  clock. 

As  can  be  seen  in  Fig.  2,  phase  stability  of  the  re- 
ceived 100  Hz  difference  frequency  was  not  sufficient  to 
permit  identification  of  the  same  carrier  cycle  every  day 
measurements  were  made.  For  this  to  have  occurred, 
the  measurements  would  have  to  all  be  between  two  of 
the  indicated  dashed  horizontal  lines.  If  the  system 
were  being  used  for  timing,  an  error  of  50  jus  would  have 
occurred  in  indicated  time  each  day  the  measurements 
shifted  from  one  band  into  an  adjacent  band.  Taking 
five-day  averages  improves  the  synchronization  at  the 
expense  of  a  delay  in  making  a  determination.  The  de- 
gree of  objection  to  such  delay  depends  on  the  uni- 
formity which  can  be  ascribed  to  the  local  time  scale. 
Catastrophic  failures  would,  of  course,  make  a  com- 
plete resynchronization  necessary. 

In  order  to  evaluate  the  maximum  stability  of  syn- 
chronization of  the  system  over  the  path  under  discus- 
sion, the  day-to-day  time  variation  of  the  received  car- 
rier is  plotted  in  Fig.  3.  This  would  be  the  system 
synchronization  capability  if  the  same  carrier  cycle  had 
been  identified  each  day.  The  capability  of  VLF  in 
comparing  frequencies  to  better  than  1  part  in  1012  is 
readily  apparent  from  this  figure.  Between  January  and 
March  the  mean  slope  is  about  2  parts  in  1012. 

In  order  to  permit  positive  carrier  cycle  identification 
continuously  during  day  and  night,  it  is  apparent  that 
several  difference  frequencies  must  be  transmitted  si- 
multaneously. More  effort  is  needed  to  determine  the 
optimum  frequencies;  but  it  appears  that  if  both  500 
and  100  cycle  frequencies  had  been  used  simultaneously, 
cycle  identification  could  have  been  accomplished  nearly 
every  day  in  two  steps,  with  an  initial  synchronization 
certainty  of  +5  milliseconds  from  WWV  transmis- 
sions. A  completely  self-sufficient  VLF  system  is  clearly 
preferable;  possibly  this  system  would  provide  the  con- 
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venient  frequencies  of  1  Hz,  100  Hz,  and  1000  Hz  in  a 
multiple  transmission  from  an  NBS  VLF  station,  and 
we  believe  would  permit  time  synchronization  of  better 
than  10  us  throughout  most  of  the  world. 

Appendix 

In  deriving  an  expression  for  the  propagation  phase 
delay  of  the  difference  frequency,  it  is  convenient  to 
refer  to  Fig.  4,  which  displays  phase  relationships  of  the 
two  carrier  frequencies  at  significant  times  at  transmit- 
ter and  receiver.  The  dotted  line  represents  the  traveling 
wave  of  the  signal  from  the  transmitter  as  it  progresses 
in  distance,  on  the  vertical  axis,  and  in  time,  on  the 
horizontal  axis.  The  slope  of  the  dotted  line  then  indi- 
cates phase  velocity.  The  time  origin  is  t  =  to,  the  time 
of  occurrence  of  a  seconds  tick.  This  time  is  synchro- 
nized at  transmitter  and  receiver  locations  using  a 
portable  clock. 

The  phases  of /i  and/2,  the  lower  and  upper  frequency 
carriers,  are  identically  zero  at  t  =  t0  from  both  the 
transmitter,  represented  by  $1^  and  $uz,  and  from  the 
calibrator  at  the  receiver,  represented  by  4>icai  and 
4>2cai-  Assume  that  the  phase  relationships  of  two  signals 
emitted  from  the  transmitter  at  time  t  =  0  may  be  ob- 
served during  propagation  to  the  receiver.  If  propaga- 
tion phase  velocity  is  the  same  for  each  frequency,  their 
phases  will  remain  at  zero  and  they  will  arrive  at  the 
receiver  with  that  relationship  as  represented  by  $i„  and 
<J>2rx-  Meanwhile,  the  phase  of  each  signal  emitted  from 
the  calibrator  will  have  advanced.  The  observed  phase 
difference  between  received  signal  and  calibrator  signal 
of /1  will  be 

<*>lr*  -  *lcal  =  01  (1) 

and  of  ji  will  be 

$2rx  —  $2cal  =  02-  (2) 

We  denote  the  total  phase  advance  of  calibrator  phase 
of  /1  during  propagation  of  the  signal  from  transmitter 
to  receiver  by  0i  and,  similarly,  the  total  phase  advance 
of  fi  by  62.  Now  62  will  advance  more  rapidly  as  a  func- 
tion of  distance  than  0i,  since /2>/i.  Let  the  distance  d 
of  the  receiver  from  the  transmitter  be  sufficiently  small 
so  that  during  propagation  time  t&  from  transmitter  to 
receiver  62  has  advanced  over  di  by  less  than  one  com- 
plete cycle.  The  consequences  of  removing  this  restric- 
tion will  be  considered  later.  Therefore,  let  the  number 
of  complete  cycles  advance  by  either  8L  or  62  from  the 
calibrator  during  U  be  denoted  by  N.  Then 

01  =  2wN  +  0!  (3) 

and 

02  =  2tt^V  +  02,  (4) 
where  02>0i.  From  (3)  and  (4), 

02  —  01  =  02  —  01-  (5) 
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Fig.  4.    Phase  relationships  of  calibrator  signal 
and  propagated  signal. 


The  propagation  time  td  is  equal  to  calibrator  phase  ad- 
vance in  cycles  at  either  frequency  multiplied  by  the 
period  n  or  n  of  that  frequency;  hence, 


td  = 


Tl 


=  Nn  + 


0m 
2t 


from  (3),  or 


td  = 


Nt2  + 


<t>2T2 

2ir 


from  (4).  Then 


ri 


T2 


(6) 
(6a) 

(7) 
(7a) 

(8) 


from  (6)  and  (7).  Substituting  for  02  in  (5)  and  solving 
for  0i, 


02  —  01 
Tl 

 1 

T2 


(9) 


Substituting  di  into  (6), 


td  = 


(02  —  02)    T 1 

ti  2ir 

 1 

02  —  01  1 


(10) 


which  is  seen  to  be  group  delay  [llj.  The  quantities  02 
and  0i  are  generally  not  measured  directly  by  VLF 
receivers.  Instead,  the  corresponding  time  changes  Ati 
and  Ah,  where 


0i  =  2ir 


A/! 


(ID 


Tl 


and 


=  27 


A/2 


T2 


(11a) 


are  often  obtained  in  the  following  way. 

VLF  receivers  are  commonly  equipped  with  counters 
which  totalize  in  steps  of  0.1  fj.s  changes  in  time  between 
the  phase  of  the  received  carrier  and  the  local  oscillator 
reference.  This  is  a  useful  form  of  presentation  when  the 
receivers  are  used  to  measure  time  accumulation  be- 
tween local  clock  and  transmitter  clock,  since  this 
quantity  does  not  depend  on  carrier  frequency  while 
phase  accumulation  does. 

Using  a  receiver  so  equipped  in  order  to  make  a  time 
measurement,  the  time  readings  corresponding  to 
received  phases  3>iri  and  ^v*  are  noted.  Interchanging 
receiver  VLF  input  from  antenna  to  calibrator,  the  time 
readings  corresponding  to  calibrator  phases  4>icai  and 
<i>2Cai  are  noted.  Only  the  differences  Ati  and  At 2  between 
these  sets  of  readings  are  meaningful,  since  the  measure- 
ments themselves  depend  on  unknown  receiver  phase 
shifts  which  are  assumed  constant  throughout  the 
measurement  and  therefore  cancel  out. 

Substituting  (11)  and  (11a)  into  (10)  and  rearranging. 


U  =  {Ah  -  Ah) 
Using  the  definitions 


Tl 


Ln  —  T2J 


and 


Tl  = 


72  =  7' 

'2 


+  Ah.  (12) 


(13) 


(12)  becomes 

td  =  (At2  -  Ati) 

or 

td  =  (AI2  -  Ati) 


-ft  -  /  J 


If  2  -  /  J 


(13a) 


+  Ati,  (H) 


+  Ati. 


(14a) 


This  is  the  time  corresponding  to  propagation  delay  as 
determined  from  the  difference  frequency.  Once  deter- 
mined, it  is  used  to  resolve  carrier  cycle  ambiguities  in 
the  following  way. 

First,  round  the  first  term  in  (14a)  to  the  nearest 
integral  multiple  of  the  carrier  period  r2,  50  ps.  That  is 
the  coarse  time  determination  and  follows  recognition 
that,  from  (6a),  (11a),  and  (14a), 


Nt2  =  (A/2  -  A/0  \— ~ 1. 

L/2  —  /iJ 


(15) 


If  the  errors  in  determination  of  At 2  and  Ati  produce  an 
error  of  less  than  5T2,  this  roundoff  procedure  will  pro- 
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duce  the  correct  value  for  Nti  and  avoid  error  due  to 
the  magnification  term  [/l/Cfs  — /i)  ] .  Then  the  time  Ah, 
the  second  term  of  (14a),  is  added  to  this  integral  num- 
ber of  periods  to  give  the  final  answer  or  the  fine  time 
determination. 

The  case  where  the  phase  of  /2  advances  by  more  than 
one  cycle  over  that  of  /i  will  be  considered.  This  evi- 
dently occurs  when  distance  d  is  so  large  that  propaga- 
tion delay  td  is  greater  than  the  period  I'd  iff  of  the  differ- 
ence frequency.  This  period  corresponds  to  a  distance  of 
one  wavelength  Xdiff  of  the  difference  frequency,  where 
approximately 

^diff  =  cTdift 

with  c  =  velocity  of  light.  In  this  case,  when  calculated 
by  (14a),  td  is  too  small  by  one  or  more  periods  of  the 
difference  frequency.  This  situation  causes  no  problem 
for  difference  periods  under  discussion  here.  For  in- 
stance, the  two  ms  periods  correspond  to  one  complete 
wavelength  of  difference  frequency,  being  somewhat  less 
than  400  miles.  If  d  is  uncertain  by  less  than  half  this 
amount,  then  the  correct  value  of  td  can  be  readily 
determined  by  observing  which  value  of  n,  for  w  =  0, 
1,  2,  3,  .  .  .  results  in  (td-\-nTditt)  being  nearest  the 
value  of  propagation  delay  calculated  from  d  and  the 
velocity  of  light.  This  situation  is  illustrated  in  Fig.  5. 
where  the  distance  and  time  scales  have  been  lengthened 
to  include  two  periods  of  the  difference  frequency. 
Ambiguities  of  distance  occur  at  n  =  \  and  n  =  2  where 
all  phases  return  to  their  values  at  t  =  t0.  When  td  is 
>|^diff,  values  of  td  calculated  from  (14a)  may  be 
negative.  This  merely  means  that  they  are  to  be  sub- 
tracted from  (w  + 1)  7"diff,  rather  than  added  to  «rditf, 
and  illustrates  again  that  distance  must  be  known  to 
better  than  half  a  wavelength  of  the  difference  frequency. 

A  sample  set  of  data  taken  at  Goddard  Space  Flight 
Center  is  given  in  Table  I  to  illustrate  the  above  pro- 
cedure. 

From  these  data  Ah  =  22.3  us;  Ai2  =  12.8  jus;  Ah  —  Ah 
=  -9.5  jus;  and  /i/(/2-/i)  =  199;  so  that,  from  (14a) 
first  term,  ^=  —  1890.5  jus.  With  a  difference  frequency 
of  100  Hz,  rdiff  =  10  000  ms.  The  distance  from  Fort 
Collins,  Colo.,  to  Greenbelt,  Md.,  is  about  2400  km  so 
that  wJdift  is  closest  to  a  calculated  propagation  delay 
of  about  8000  jus  when  n  =  \.  Subtracting  the  measured 
value  of  1890.5  jus  from  10  000  jus  results  in  a  measured 
value  for  propagation  delay  of  8109.5  ^is  which  rounds 
to  8100  /is  as  the  time  corresponding  to  the  nearest 
integral  number  of  20.0  kHz  carrier  periods.  To  this  is 
added  time  Ah,  12.8  ps,  so  that  measured  propagation 
delay,  finally,  is  8112.8  /xs  for  this  example. 

It  remains  to  point  out  how  this  system  could  be  used 
for  time  synchronization  if  propagation  delay  td  were 
known.  In  that  case 


AT  =  {Ah  -  Ah) 


fx 


If  2  ~  fi 


O  | 

-UJ 

TD  i 


(l)(2)(3)-  =  *ltx,*2tx 

«>»>-■  Tdiffl2Tdiff 
^ical'^2cal 


TRANSMITTER 
LOCATION 


TIME,  t  — 

Fig.  5.    Phase  repetition  relationships  of  calibrator  signal  and 
propagated  signal  showing  ambiguities. 


TABLE  I 


Receiver  Counter  Reading 


Frequency 
Propagated  Signal 
Calibrator  Signal 


19.9  kHz 
1306.7  ms 
1284.3  ms 


20  kHz 
1302.4  ms 
1289.6  ms 


+  Ah  -  td,  (16) 
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where  AT  is  time  delay  of  the  receiver  clock  compared 
to  the  transmitter  clock.  Ambiguities  would  now  appear 
as  before  but  would  be  in  time,  rather  than  distance, 
as  illustrated  by  identical  phases  at  times  7"d if f  when 
«  =  1  and  27"diff  when  n  =  2.  In  order  to  make  a  correct 
synchronization,  the  receiver  clock  would  need  to  be 
synchronized  independently  to  better  than  |Tdiff.  For 
the  case  of  rdiff  =  10  ms  this  could  be  achieved  with 
WWV  when  it  can  be  received.  For  rdift  =  2  ms  use  of 
WWV  is  questionable. 


References 

[1]  J.  A.  Barnes  and  R.  L.  Fey,  "Synchronization  of  two  remote 

atomic  time  scales,"  Proc.  IEEE  (Correspondence),  vol.  51,  p. 

1665,  November  1963. 
[2]  L.  N.  Bodily,  "Correlating  time  from  Europe  to  Asia  with  flying 

clocks,"  Hewlett-Packard  J.,  vol.  16,  pp.  1-8,  April  1965. 
[3]  J.  A.  Barnes,  "Atomic  timekeeping  and  the  statistics  of  precision 

signal  generators,"  Proc.  IEEE,  vol.  54,  pp.  207-220,  February 

1966. 

[4]  A.  D.  Watt  and  R.  W.  Plush,  "Power  requirements  and  choice 
of  an  optimum  frequency  for  a  worldwide  standard-frequency 
broadcasting  station,"  /.  Res.  NBS  (Radio  Science),  vol.  63D, 
pp.  35-44,  July-August  1959. 

[5]  A.  D.  Watt,  R.  W.  Plush,  W.  W.  Brown,  and  A.  H.  Morgan, 
"Worldwide  standard  frequency  and  time  signal  broadcasting," 
J.  Res.  NBS,  vol.  65D,  pp.  617-627,  November-December  1961. 

[6]  C.  J.  Casselman  and  M.  L.  Tibbals,  "The  Radix-Omega  long 
range  navigation  system,"  1958  Proc.  Second  Nat'l  Conv.  on 
Military  Electronics,  pp.  385-389. 

[7]  J.  A.  Pierce,  "The  diurnal  carrier-phase  variation  of  a  16- 
kilocvcle  transatlantic  signal,"  Proc.  IRE,  vol.  43,  pp.  584-588, 
May'  1955. 

[8]  J.  A.  Pierce,  "Omega,"  IEEE  Trans,  on  Aerospace  and  Elec- 
tronic Systems,  vol.  AES-1,  pp.  206-215,  December  1965. 

[9]  C.  H.  Looney,  Jr.,  "VLF  utilization  at  WASA  satellite  tracking 
stations,"  J.  Res.  NBS  (Radio  Science),  vol.  66D,  pp.  43-45, 
January  1964. 

[10]  J.  R.  Wait  and  K.  P.  Spies,  "Characteristics  of  the  earth- 
ionospheric  waveguide  for  VLF  radio  waves,"  NBS,  Washington, 
D.  C,  Technical  Note  300  (Supplement)  February  1965. 
[11]  C.  A.  Coulson,  Waves.  New  York:  Interscience,  1947,  pp.  128- 
133. 


Distribution  of  Standard  Frequency 
and  Time  Signals 
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Abstract— This  paper  reviews  the  present  methods  of  distributing  stan- 
dard frequency  and  time  signals  (SFTS),  which  include  the  use  of  high-fre- 
quency, low-frequency,  and  very-low-frequency  radio  signals,  portable 
clocks,  satellites,  and  RF  cables  and  lines.  The  range  of  accuracies  attained 
with  most  of  these  systems  is  included  along  with  an  indication  of  the  sources 
of  error.  Information  is  also  included  on  the  accuracy  of  signals  generated  by 
frequency  dividers  and  multipliers. 

Details  regarding  the  techniques,  the  propagation  media,  and  the  equip- 
ment used  in  the  distribution  systems  described  are  not  included.  Also,  the 
generation  of  the  signals  is  not  discussed. 

I.  Introduction 

THE  DISTRIBUTION  of  standard  frequency  and 
time  signals  (SFTS)  with  the  highest  accuracy  over 
long  distances  has  become  increasingly  important 
in  many  fields  of  science.  It  is  essential  for  the  tracking  of 
space  vehicles,  worldwide  clock  synchronization  and  oscilla- 
tor rating,  international  comparisons  of  atomic  frequency 
standards,  radio  navigational  aids,  astronomy,  national 
standardizing  laboratories,  and  some  communication  sys- 
tems. Methods  used  include  use  of  high-frequency  (HF), 
low-frequency  (LF),  and  very-low-frequency  (VLF)  radio 
transmissions,  portable  clocks,  satellites  carrying  a  clock  or 
a  transponder,  and  RF  cables  and  lines. 

This  paper  will  review  these  distribution  systems  and 
some  of  their  limitations  and  also  indicate  some  promising 
techniques  for  future  study.  Recent  advances  [1  ]  in  the  dis- 
tribution of  SFTS  will  be  included,  but  they  will  not  always 
be  specifically  pointed  out.  Information  will  be  included  on 
the  accuracy  of  SFTS  signals  generated  by  frequency  di- 
viders and  multipliers.  Details  regarding  the  techniques, 
the  propagation  media,  the  equipment  involved  in  the  dis- 
tribution systems  described,  and  the  generation  of  the 
SFTS  are  not  included. 

The  definition  of  the  terms  stability,  precision,  and  ac- 
curacy as  used  in  this  paper  are  essentially  the  same  as  those 
given  in  another  paper  [2]. 

II.  Distribution  by  Radio  Signals 

A.  Distribution  by  HF  and  VHF  Signals  (3  to  300  MHz) 

At  present  there  are  about  15  standard  HF  and  time- 
signal  broadcasting  stations  [3],  [4]  operating  in  the  allo- 
cated bands  between  2.5  and  25  MHz.  Table  I  lists  them 
along  with  certain  characteristics,  such  as  location,  carrier 
frequencies  and  power,  period  of  operation,  carrier  offset, 
etc.  The  characteristics  of  the  HF  and  VHF  stations  that 
broadcast  standard  frequency  and  time  signals  [3]  in  addi- 

Manuscript  received  December  13,  1966;  revised  January  6,  1967. 
The  author  is  with  the  National  Bureau  of  Standards,  Boulder,  Colo. 

350 


tional  frequency  bands  are  given  in  Table  II.  Many  of  these 
stations  participate  in  the  international  coordination  of 
time  and  frequency  and  are  identified  in  the  tables.  The 
signal  emission  times  of  the  coordinated  stations  are  within 
1  millisecond  of  each  other  and  within  about  100  ms  of 
UT2 ;  their  carrier  frequencies  are  maintained  as  constant  as 
possible  with  respect  to  atomic  standards  and  at  the  offset 
from  nominal  as  announced  each  year  by  the  Bureau  Inter- 
national de  l'Heure  (BIH)  [4].  The  fractional  frequency 
offset  in  1966  was  —  300  parts  in  1010,  and  this  value  is  to  be 
used  in  1967. 

The  long  and  widespread  experience  with  standard  HF 
and  time  signals,  and  their  present  world-wide  use,  under- 
lines their  importance  to  a  large  body  of  users.  There  are 
international  organizations,  such  as  the  International  Radio 
Consultative  Committee  (CCIR)  [5],  the  BIH  [4],  and  the 
International  Scientific  Radio  Union  (URSI)  [6],  [7],  that 
are  concerned  with  many  aspects  of  their  operation  and 
utilization,  such  as  reduction  of  mutual  interference,  broad- 
cast accuracy,  synchronized  emission  times,  etc.  For  in- 
stance, the  CCIR  not  only  publishes  information  on  signals 
but  also  is  engaged  in  a  study  program  designed  to  improve 
the  services  and  uses  of  the  present  stations. 

A  technique  employed  by  NBS  to  improve  the  transmitted 
accuracy  of  the  frequencies  of  WWV1  and  WWVH  was  to 
use  the  received  signals  of  WWVB  (60  kHz)  and  WWVL  (20 
kHz)  at  these  stations  to  remotely  control  them  [8].  The 
NBS  atomic  standards  are  located  at  Boulder,  Colo.,  and 
the  transmissions  of  WWVL  and  WWVB,  which  stations 
are  located  about  50  miles  away,  are  remotely  phase- 
controlled  by  means  of  a  VHF  phase-lock  system  [9]  con- 
nected between  them  and  the  atomic  standard  at  Boulder  so 
that  their  transmitted  frequency  accuracy  is  essentially  that 
of  the  NBS  standard.  Because  of  the  high  received  frequency 
accuracy  of  LF  and  VLF  signals,  it  was  thus  possible  to 
improve  the  frequency  control  of  WWV  and  WWVH. 
Later,  the  carrier  frequencies  and  time  signals  of  WWV  and 
WWVH  were  phase-locked  to  the  received  signals  of 
WWVL  and  WWVB,  so  that  they  might  be  used  to  obtain 
time  (epoch)  [42]. 

The  received  accuracy  of  the  HF  time  interval  and  epoch 
signals  depends  on  many  factors,  such  as  the  averaging 
time,  the  length  of  the  radio  path  from  transmitter  to  re- 
ceiver, the  condition  of  the  ionosphere,  whether  the  path  is 
partially  in  light  and  darkness  or  not,  the  frequency  used, 

i  WWV  was  located  at  Beltsville,  Md.,  until  December  1,  1966,  and  is 
now  at  Ft.  Collins,  Colo.  All  references  in  this  paper  are  to  the  Beltsville 
location. 
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TABLE  I 

Characteristics  of  Standard-Frequency  and  Time-Signal  Emissions  in  the  Allocated  Bands 


Station 

Carrier 

Time  Signals 

Operation 

Call 
sign 

Approximate 

1  rtpa  ti  c\n 
lUL<a  ULMl 

Latitude 

Coordi- 
nation 

Frequencies 
MHz 

Power 
kW 

Offset 
x  10"10 

Accuracy 
x  10"9 

Modu- 
lation 
1  Hz 

Duration 
Minutes 

100-ms 
Steps 

Days 
Week 

Hours 
Day 

ATA 

New  Delhi 
India 

28°  34' N 
77°  19' E 

10 

2 

20 

yes 

continuous 

5 

5 

ppu 

Paris 
France 

48°  59'  N 
2°  29'  E 

2.5 

0.3 

2 

10/20 

2 

8  1/2 

URM 

riDiN 

Neuchatel 
Switzerland 

46°  58'  N 
6°  57'  E 

5 

0.5 

—  300 

0.1 

yes 

5/10 

J/  IV 

7 

24 

I  AM 

Rome 
Italy 

41°52'N 
12°  27'  E 

5 

] 

0.5 

yes 

10/15 

ves 

6 

1 

IBF 

Turin 
Italy 

45°  3'N 
7°  40'  E 

5 

0.3 

0.1 

yes 

35/60 

g 

1  1/3 

JGZAR 

Tokyo 
Japan 

35°  42'  N 
139°  31' E 

0.02 

3 

0.5 

yea 

continuous 

VPS 

5 

2 

JJY 

Tokyo 
Japan 

35°  42' N 
139°  31'  E 

yes 

2.5;  5;  10;  15 

2 

-  300 

0.5 

yes 

continuous 

yes 

7 

24 

LOL 

Buenos  Aires 
Argentina 

34°  37'  S 
58°21'W 

5'  10'  15 

2 

—  300 

20 

yes 

4/60 

yes 

6 

5 

MSF 

Rugby 
United  Kingdom 

52°  22'  N 
1°  ll'W 

5  5;  5'  10 

0.5 

—  300 

0.1 

yes 

5/10 

7 

24 

OMA 

Prague 
Czechoslovakia 

50°  7'N 
14°  35'  E 

2.5 

1 

yes 

15/30 

50  ms 

7 

24 

RWM-RFS 

IX  TV  1V1 

Moscow 
U.S.S.R. 

56°  37' N 
36°  36'  E 

5"  10"  15 

20 

5 

10/120 

n  v  If)  m<; 

7 

19 

wwv 

Fort  Collins 
Colo. 

40°  41'  N 
105°  2.5'  W 

2.5;  20;  25 
5;  10;  15 

2.5 
10 

—  300 

0  02 

yes 

UMIllllllI'ln 

7 

22  1/2 

WWVH 

Hawaii 
U.S.A. 

20°  46'  N 
156°  28' W 

2.5 
5;  10;  15 

1 

2 

—  300 

0. 1 

L'  MUIllll'U^ 

7 

22  1/2 

WWVL 

Fort  Collins 
Colo. 

40°  41'  N 
105°  3'W 

0.02 

1.8 

—  300 

0.02 

7 

24 

ZLFS 

Lower  Hutt 
New  Zealand 

41°  14' S 
174°  55' E 

2.5 

0.3 

50 

1 

3 

ZUO 

Johannesburg 
South  Africa 

26°  1  r  S 
28"  4'E 

yes 

10 

0.25 

-300 

0.5 

yes 

continuous 

yes 

7 

24 

ZUO 

Olifantsfontein 
South  Africa 

25°  58'  S 
25°  14'  E 

yes 

5 

4 

-300 

0.5 

yes 

continuous 

yes 

7 

24 

351-828 


TABLE  II 

Characteristics  of  Standard-Frequency  and  Time-Signal  Emissions  in  Additional  Bands 


Station 

Carrier 

Time  Signals 

Operation 

Call 
sign 

Approximate 
location 

Latitude 
Longitude 

Coordi- 
nation 

Frequencies 
kHz 

Power 
kW 

Offset 
x  10"10 

Accuracy 
x  10-9 

Modu- 
lation 
1  Hz 

Duration 
Minutes 

100-ms 
Steps 

Days 
Week 

Hours 
Day 

CHU 

Ottawa 
Canada 

45°  18'  N 
75°  45'  W 

yes 

3330 
7335 

140  /U 

0.5 
3 

C 

J 

-300 

5 

yes 

continuous 

yes 

7 

24 

DCF77 

Mainflingen 
Germany 

50°  l'N 

y     y  W 

77.5 

12 

yes 

200 

6 

6 

Droitwich 
United  Kingdom 

52°  16'  N 

I     y  W 

200 

400 

10 

7 

18-20 

GBR 

Rugby  . 
United  Kingdom 

52°  22' N 

JO   Mi  I!/ 

1    1  i  w 

yes 

300 

-300 

0.1 

yes 

4/5 

yes 

7 

22 

HBG 

Prangins 
Switzerland 

46°  N 
o  b 

75 

20 

0.02 

yes 

continuous 

yes 

7 

24 

Loran-C 

Carolina  Beach 

34°  4'  N 

II    J  J  w 

100 

300 

0.05 

continuous 

50 

7 

24 

MSF 

Rugby 
United  Kingdom 

52°  22'  N 

1  °  1  1  '  \x/ 
1    1 1  W 

yes 

60 

10 

-300 

0.1 

yes 

5/10 

yes 

7 

1 

NAA 

Cutler 
[vie. 

44°  39'  W 

£7°  1  1'  \\I 

0  /    1  /  w 

yes 

17.8 

2000 
1 UUU 

-300 

0.05 

7 

24 

NBA 

Balboa 
Canal  Z.one 

9°  4'N 
ly   iy  W 

yes 

24 

300 

-300 

0.05 

yes 

continuous 

yes 

7 

24 

NPG-NLK 

Jim  Creek 
wasn. 

48°  12'  N 

101°  ^  ^  '  \\/ 

Izl    jj  W 

yes 

18.6 

1200 

-300 

0.05 

7 

24 

NPM 

Lualualei 
Ha. 

21°25'N 
l  jo     y  W 

yes 

26.1 

1000 

1  c\rt 
1UU 

-300 

0.05 

7 

24 

NSS 

Annapolis 
Md. 

38:  59'  N 
lb  11  W 

yes 

21.4 

1000 

1UU 

-300 

0.05 

7 

24 

OMA 

Podebrady 
Czechoslovakia 

58°  8'N 

50 

5 

1 

yes 

23  hours/day 

50 

7 

24 

RWM-RES 

Moscow 

T  T  C  C  D 

U.a.a.K. 

S5:'  45'  N 

100 

20 

5 

yes 

40/120 

11  x  10 

7 

21 

SAJ 

Stockholm 
Sweden 

59°  20'  N 
18°  3'E 

15x  104 

0.06 

0.1 

1 

2 

SAZ 

Enkoping 
Sweden 

59°  35'  N 
17°  8'E 

105 

0.1 

5 

7 

24 

VNG 

Lyndhurst 
Australia 

38°  O'S 
145  12'  E 

5425 
7515 
12005 

0.5 
0.5-10 
10 

1 

yes 

7 

24 

WWVB 

Fort  Collins 
Colo. 

40°  40.5' N 
105°  2.5'W 

60 

13 

0.02 

yes 

continuous 

200 

7 

24 

zuo 

Johannesburg 
South  Africa 

36c'  ll'S 
28°  4'E 

105 

0.05 

0.5 

i 

continuous 

yes 

7 

24 

352-829 


•  WWV  moved  to  Ft.  Collins,  Colorado,  December  1,  1966 


Fig.  1. 

etc.  [10].  In  general,  higher  accuracies  of  received  frequency 
and  time  interval  are  associated  with  longer  averaging  times, 
with  all  daylight  or  all  darkness  on  the  radio  paths,  a  quiet 
ionosphere,  and  the  highest  useful  HF  frequency.  For  ex- 
ample, the  HF  broadcasts  of  WWV,  averaged  over  a  30-day 
period,  were  used  to  compare  to  about  1  ms  three  atomic 
time  scales,  two  of  them  separated  from  each  other  by  about 
2400  km  [1 1  ],  and  from  the  third  by  about  7400  km  [12]. 

From  studies  made  in  Japan  and  Sweden,  the  one-sigma 
standard  deviation  of  a  single  HF  time  measurement  was 
found  [13]  to  vary  from  about  0.01  ms  at  short  distances  to 
about  0.5  ms  at  distances  around  18  000  km.  This  is  in  good 
agreement  with  results  [10]  obtained  in  the  U.  S. 

Frequency  comparisons  to  a  few  parts  in  1010  were  made 
between  Boulder,  Colo.,  and  Washington,  D.  C,  using  the 
HF  time  signals  of  WWV  averaged  over  a  period  of  30  days 
[14],  [8].  When  short-term  (one  second  to  one  hour  observ- 
ing time)  frequency  measurements  are  made,  the  fluctua- 
tions may  vary  [15]  from  a  few  parts  in  108  to  a  few  parts  in 
107.  The  limit  of  received  accuracy  at  HF  is  set  by  the 
propagation  medium  regardless  of  the  length  of  the  observa- 
tion period. 

Figure  1  shows  the  locations  of  the  standard  frequency 
and  time  transmitters  of  the  world. 

B.  Distribution  by  LF  Transmissions  (30  to  300  kHz) 

There  are  about  seven  stations  broadcasting  standard  fre- 
quency and  time  signals  in  the  LF  band,  with  transmitted 
frequency  and  time  interval  accuracies  ranging  from  0.2 
to  50  parts  in  1010.  (See  Tables  I  and  II.)  Experiments  [13] 
have  shown  that  the  time  signals  of  HBG  (75  kHz)  may  be 
received  with  a  precision  of  0.1  ms  at  distances  of  1000  km, 
and  the  phase  of  the  ground  wave  is  typically  stable  to 
about  +  2  fis  at  500  km. 

The  received  frequency  and  phase  accuracy  is  much  better 
at  LF  than  at  HF  because  of  the  higher  stability  of  the 
propagation  medium.  For  instance,  the  rms  phase  fluctua- 
tions of  WWVB  (60  kHz)  as  received  at  distances  of  2400 
km  were  0. 1  to  0.2  /^s  during  the  daytime  and  around  0.6 
^s  at  night  [8].  Each  measurement  was  averaged  over  a  30- 
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minute  period.  Within  the  ground-wave  range,  the  Loran-C 
stations  at  100  kHz  provide  signals  with  high  stability  at  the 
receiver.  At  Washington,  D.  C,  the  signals  from  the  Cape 
Fear  Loran-C  Station  (Table  II)  were  used  to  measure  time 
interval  to  a  precision  of  about  0. 1  fis  and  to  make  frequency 
comparisons  to  about  one  part  in  1012  in  one  day  [16]. 
Others  have  reported  similar  results  [17].  Sources  of  error  in 
using  Loran-C  signals  included  identification  of  the  wrong 
RF  cycle  in  the  pulse  (3rd  one  usually  used)  and  uncertainty 
in  propagation  delays. 

C.  Distribution  by  VLF  Transmissions  (10  to  30  kHz) 

There  are  about  eight  VLF  stations  broadcasting  stan- 
dard frequency  and  time  signals  with  transmitted  accuracies 
of  a  few  parts  in  101 1  or  better.  Tables  I  and  II  list  them  and 
their  main  characteristics. 

Of  all  the  radio  transmissions  available,  those  at  VLF 
have  proven  to  be  the  best  for  the  accurate  distribution  of 
standard  frequencies  over  large  areas  of  the  world  [1 8  ]-  [22  ]. 
They  have  been  in  use  for  over  a  decade  [18]  but  have  been 
widely  used  for  this  purpose  only  during  the  last  five  or  six 
years. 

Atomic  frequency  standards  in  different  countries  have 
been  continuously  intercompared  by  means  of  VLF  trans- 
missions ever  since  they  first  became  available  [20], 
[23]- [29].  As  a  result  of  greater  understanding  of  VLF 
propagation  and  the  improvements  in  the  accuracy  of  the 
atomic  standards  and  the  VLF  receiving  equipment,  fre- 
quency comparisons  over  long  distances  with  precisions 
better  than  one  part  in  1011  are  now  possible.  For  example, 
an  analysis  of  data  on  the  comparison  by  VLF  for  an  18- 
month  period  of  several  widely  separated  atomic  frequency 
standards  [25],  [26]  indicated  that  long-term  precisions  of 
this  order  are  realizable.  Although  the  analyses  did  not 
separate  the  fluctuations  due  to  the  propagation  medium 
from  those  due  to  the  transmitter  or  receiving  system,  the 
internal  consistency  of  results  indicated  that  the  propaga- 
tion effects  were  not  limiting  the  measurements.  Short- 
term  VLF  frequency  measurements  of  NPM  (19.8  kHz), 
Hawaii,  were  made  [30]  at  Boulder,  Colo.,  with  precisions 
ranging  from  2.5x10" 11  (24-hour  observing  time)  to 
3.1  x  10" 12  (8-day  observing  time). 

Time  signals  on  VLF  transmissions  of  NBA  (18  kHz) 
using  a  pulse  technique  provided  a  received  precision  [31] 
of  about  one-half  millisecond  in  Washington,  D.  C.  The 
limiting  factor  is  the  low  signal-to-noise  ratio  as  set  in  the 
wideband  receiver  required  for  reproducing  the  pulse. 

Another  more  promising  technique,  devised  at  NBS 
[32],  [14],  [34],  uses  two  or  more  alternately  transmitted 
closely  spaced  carriers;  its  feasibility  has  been  shown  for 
distances  of  about  1400  km  [34]  and  2400  km  [38].  It  is 
based  on  the  same  principle  as  the  proposed  Radux-Omega 
Navigation  System  [33];  however,  the  NBS  VLF  time  dis- 
tribution system  was  developed  independently.  The  positive 
zero  crossings  of  the  received  VLF  carrier  may  serve  as 
"time  markers"  if  they  are  phase-locked  to  a  local  signal. 
Their  accuracy  is  limited  by  the  phase  fluctuations.  At,  say, 
830 


20  kHz,  these  "markers"  are  separated  by  50  /is  and  may  be 
identified  by  use  of  the  interference  nulls  produced  by  a 
second  nearby  carrier  which  is  also  phase-locked.  The 
ambiguity  of  identification  of  these  nulls  will  be  the  period  of 
the  beat  between  the  two  wider-spaced  carriers  (if  more  than 
two  are  used).  Coarser  time  markers  are  obtained  by  either 
a  third  closer-spaced  carrier  or  conventional  time  signals  or 
both.  As  in  all  timing  systems  using  radio  transmissions, 
both  the  phase  and  group  delays  of  the  signals  must  be 
known  in  order  to  synchronize  widely  spaced  slave  clocks 
to  the  transmitter  or  to  each  other.  This  is  necessary  because 
the  dispersion  in  the  propagation  medium  will  cause  the 
phase  and  group  velocities  to  be  different. 

The  National  Aeronautics  and  Space  Administration  has 
reported  interest  in  this  VLF  time  distribution  system  for 
use  at  its  satellite  tracking  stations  [35].  Further  investiga- 
tions of  its  utility  as  a  worldwide  accurate  time  distribution 
system  are  underway  at  NBS  [36]  and  elsewhere  [37],  [38]. 
Another  similar  system  for  VLF  distribution  of  time  signals 
has  been  reported  [39],  [40].  It  has  been  studied  theoreti- 
cally, but  as  yet  no  field  tests  have  been  made. 

The  Omega  Navigation  System  [41  ]  is  based  on  the  same 
principle  as  the  above-mentioned  multiple  carrier  VLF 
timing  system,  and  if  it  is  placed  into  operation  with  eight 
stations  as  planned,  it  will  be  possible  to  distribute  time  with 
it  to  any  point  on  the  globe.  The  received  time  (epoch) 
accuracy  has  not  yet  been  established. 

A  recent  method  that  may  be  used  to  maintain  widely 
spaced  clocks  in  synchronism,  after  they  have  been  set  to- 
gether by  other  methods  (such  as  portable  clocks),  is  to  use 
the  received  phase  of  WWVL  (20  kHz).  These  signals  have 
been  phase-locked  [9]  to  the  controlling  NBS  standards  at 
Boulder,  which  in  turn  are  held  at  nearly  constant  phase 
with  respect  to  the  NBS-UA  time  scale  [42].  By  observing 
the  daily  change  between  a  zero  crossover  of  the  20-kHz 
signal  and  a  suitable  time  signal  from  the  local  clock,  it  is 
possible  to  keep  the  local  clock  correct  to  within  a  few  micro- 
seconds. 

Recent  results  [27]  on  the  comparisons  of  atomic  fre- 
quency standards  by  VLF  gave  values  approaching  those 
obtained  with  portable  clocks,  as  shown  in  Table  111(a). 
From  this  study  and  others  [30]  it  is  concluded  that  the 
stability  of  the  propagation  medium  at  VLF  for  paths  up 
to  7500  km  may  be  around  two  or  three  parts  in  1012. 
Apparently  the  limit  of  the  stability  of  the  medium  has  not 
been  reached  yet  during  times  of  quiet  ionosphere. 

Sources  of  error  in  using  VLF  for  frequency  comparisons 
include :  1 )  undetected  loss  of  one  cycle  of  the  received  signal 
during  diurnal  phase-shifts,  2)  phase-jumps  in  the  receiver 
synthesizer,  3)  variations  in  the  phase  of  the  transmitted 
signals  [9  ]  due  to  the  antenna  system,  4)  phase  variations  in- 
troduced by  the  receiving  antenna,  5)  lack  of  knowledge  of 
the  stability  of  the  propagation  medium,  6)  occurrence  of 
sudden  phase  anomalies  (SPA)  on  the  path,  and  7)  mode 
interference  in  the  region  between  the  useful  ground-wave 
range  and  out  to  about  2500  km  from  the  transmitter. 

Sources  of  error  in  time  comparisons  include  all  of  the 
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above-mentioned  factors  and  the  lack  of  knowledge  of  the 
phase  and  group  velocities  in  the  given  radio  path. 

III.  Distribution  by  Portable  Clocks 
The  most  accurate  method  of  distributing  standard  fre- 
quency and  time  over  great  distances  to  individual  users, 
in  wide  use  today,  is  by  use  of  portable  clocks,  a  technique 
first  proposed  [10]by  NBS  in  1959.  Following  this  proposal, 
the  first  set  of  experiments  of  transporting  cesium  clocks 
[43]  by  air,  to  test  the  possibility  of  synchronizing  remote 
slave  clocks,  were  begun  in  1959.  Some  preliminary  mea- 
surements were  made  in  1960  [44].  [45],  but  the  final  results 
were  reported  [46  ]  in  1961.  These  results  were  that  the  slave 
clocks  were  synchronized  to  about  5  /is. 

Another  experiment  conducted  in  1963,  in  which  a  quartz 
clock  was  transported  by  air,  produced  similar  results.  It  was 
reported  that  a  time  closure  of  about  5  /is  was  obtained  in 
the  comparisons  of  the  portable  clock  with  the  standard 
before  and  after  being  transported  [47]. 

A  recent  series  of  "flying  clock"  experiments  was  under- 
taken in  1964  in  which  atomic  clocks  were  flown  by  com- 
mercial airlines  to  several  countries  to  intercompare  the 
various  standards  [48]- [50].  The  results  are  shown  in  Table 
111(a)  which  also  includes  some  comparisons  of  the  same 
standards  using  VLF  radio  transmissions  [25]-[27],  The 
frequency  and  time  of  the  portable  clocks  were  compared 
directly  with  those  of  the  standards  in  the  laboratories 
visited.  Frequency  comparisons  were  made  to  uncertainties 
of  a  few  parts  in  1012  and  time  comparisons  to  about  one 
microsecond. 

Sources  of  error  relating  to  portable  clocks  include:  1) 
undetected  changes  in  the  clock  during  transit,  2)  unde- 
tected phase-jumps  in  the  frequency  dividers,  and  3)  en- 
vironmental effects  on  the  rate  of  the  clock,  such  as  shock, 
vibration,  voltage,  and  temperature  changes,  etc. 

IV.  Distribution  by  Satellites 

Two  experiments  in  the  use  of  satellites  to  distribute  time 
have  been  reported.  In  the  first  one,  the  satellite  Telstar  was 
used  to  compare  clocks  at  Andover,  Me.,  and  Goonhilly 
Downs,  Cornwall,  U.  K.  [51  ],  [52].  The  clocks  were  com- 
pared to  a  precision  of  about  1  /is. 

The  second  experiment  made  use  of  Relay  II  to  compare 
[53],  [54]  clocks  in  Kashima,  Japan,  with  those  at  Mojave, 
U.  S.  The  precision  of  determining  the  arrival  time  of  pulses 
on  a  photograph  was  about  0.1  /is,  but  it  was  believed  there 
were  systematic  errors  of  around  1  /is. 

Sources  of  error  in  these  measurements  include  the  non- 
reciprocity  of  the  propagation  paths  used,  lack  of  simultane- 
ity of  the  time  of  the  observations  at  each  end  of  the  paths, 
and  resolution  of  the  pulse  arrival  time. 

V.  Distribution  by  Transmission  Lines  and  Cables 
Many  distribution  systems  use  telephone  lines  or  coaxial 
cables  to  carry  the  SFTS  between  two  points;  for  example, 
between  a  distribution  amplifier  and  a  transmitter,  between 
the  transmitter  and  the  antenna,  or  between  locations  sev- 
eral miles  apart  from  one  another. 
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TABLE  III 

(a)  Frequency  Comparisons 
in  Terms  of  an  Arbitrarily  Selected  Standard  (NBS) 


(Unit  is  1  x  10"  12) 


VLF 

Portable  Clocksf 

References 

Mitchell  [25] 

Morgan  et  al.  [26] 

Crow  et  di.  |z  /  J 

Bagley  and  Cutler  [48] 

Rorlilv  (491 

Bodily  et  al.[50] 

Year 

1961-1962 

1961-iyoz 

1964 

1965 

1966 

CNET 

+  245* 

-8 

-12 

FOA 

+  4 

+  6 

—  2 

LSRH 

-51 

-34 

+  2 

+  7 

-5 

+  2 

NPL 

+  68 

+  55 

-9 

+  23 

-2 

NRC 

+  164* 

+  5 

+  5 

-3 

PO 

+  15 

PTB 

+  34 

-14 

RRL 

-2 

0 

+  2 

USNO 

+  36 

+  37 

-5** 

-2** 

*  Standard  was  changed  some  time  after  these  measurements  were  made. 
**  Not  the  same  standard  that  was  used  with  the  VLF  comparisons. 

t  The  last  measurement  made  each  year  was  used  here.  For  convenience,  the  values  given  here  are  rounded  off  to  the  nearest  unit  of  1  x  10 


(b)  Time  Comparisons 
in  Terms  of  an  Arbitrarily  Selected  Standard  (NBS) 
(Unit  is  1/is)* 


References 

Bodily 
[49] 

Bodily  et  al. 
[50]** 

Time  Change 
AT 

UT  or 
A  Time 

References 

Bodily 
[49] 

Bodily  et  al. 
[50]** 

Time  Change 
AT 

UT  or 
A  Time 

Year 

1965 

1966 

Year 

1965 

1966 

CNET 

-242 

-142 
+  358 

+  100 

UT-2 

RGO 

+  5019 

-437 
+  63 

-5456 

A 

FOA 

-883 

-868 
-368 

+  15 

UT-2 

RRL 

+  1001 

+  977 
+  1477 

-24 

UT-2 

HBN 

+  1353 

+  389 
+  889 

+  964 

A 

USNO 

-342 

+  420 
+  80 

-76 

UT-2 

NPL 

+  705 

+  296444t 
+  496944 

+  295739 

A 

WWV 

-481 

+  492 
+  8 

-11 

UT-2 

NRC 

+  6t 

+  352f 
+  200852 

+346* 

A 

WWVH 

-231 

-494 
+  6 

-363 

UT-2 

PO 

-752 

-160 
+  340 

+  591 

UT-2 

*  For  convenience,  the  values  are  arbitrarily  rounded  to  the  nearest  microsecond. 

**  The  lower  figures  for  each  station  are,  to  the  nearest  /js,  as  reported  by  Bodily  et  al.  [50];  the  upper  figures  are  adjusted  to  take  account  of  retarda- 
tion of  500  us  in  time  of  NBS-UA  standard  on  April  15,  1966. 

t  A  —  200-ms  adjustment  of  other  time  scales  which  occurred  during  the  period  between  measurements  was  subtracted. 
t  Clock  was  set  by  portable  clock. 


Laboratories  Involved  in  Comparisons  *Note  added  in  proof  (1970): 

CNET — National  Center  for  Commun.  Studies,  Bagnieux,  France 

FOA  -Swedish  Nat'l  Defense  Institute,  Stockholm,  Sweden  The  value  of  346  LISec  for  NRC  in  Table 

LSRH — Laboratoire  Suisse  de  Recherche  Horlogere,  Neuchatel,  Switzerland 

NBS   —National  Bureau  of  Standards,  Boulder,  Colo.  HI(b)  should  be  17|jSec.     [See  Mungall, 

xmo  ~Nationa)  £hysical I  Laboratory,  Teddington  England  A_    q        et  al        "Atomic  Hydrogen  Maser 

NRC  —National  Research  Council,  Ottawa,  Canada  '  <= 

PO    —Paris  Observatory,  Paris,  France  Development,  "  Metrologia,  Vol.   5,  No. 

PTB    — Phys. -Tech.  Bund.,  Braunschweig,  Germany  3     p     Q3  (1Q68)  1 

RGO  — Royal  Greenwich  Observatory,  Herstmonceux  Castle,  England  '  '  '*  * 

RRL  — Radio  Research  Laboratory,  Tokyo,  Japan 
USNO— U.  S.  Naval  Observatory,  Washington,  D.  C. 
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A.  Distribution  by  Telephone  Lines2 

Underground  telephone  lines  are  used  to  carry  a  10-kHz 
signal,  derived  from  a  hydrogen  maser,  from  the  Naval 
Research  Laboratory  to  the  Naval  Observatory  (both  in 
Washington,  D.  C.)  and  back,  a  distance  of  about  10  miles 
each  way  [55].  Using  10-kHz  amplifiers  with  bandwidths  of 
1  kHz,  the  fractional  frequency  changes  introduced  by  the 
amplifiers  and  the  20-mile  telephone  wire  loop  were  about 
1  x  10"  12,  averaged  over  24  hours.  This  was  determined  by 
comparing  the  signal  sent  around  the  loop  with  that  as 
transmitted. 

A  similar  system,  using  a  1-kHz  signal  with  outside  tele- 
phone lines  part  of  the  way,  was  found  to  have  diurnal  phase 
shifts  due  to  the  daily  ambient  temperature  cycle  [56].  The 
relationships  were  determined  between  1)  the  phase  shift 
and  the  temperature  change,  2)  a  change  in  the  dc  line  resis- 
tance and  the  temperature  change,  and  from  these  was  found 
3)  the  resistance  change  versus  phase  shift,  in  ohms  per 
microsecond  equivalent  phase  change.  The  latter  was  used 
in  the  design  of  an  automatic  phase  corrector  introduced 
into  the  line  so  that  a  change  in  the  dc  resistance  of  the  line 
would  provide  the  error  signal  to  the  phase  corrector.  A  re- 
duction of  a  30-/is  phase  shift  to  a  l-/vs  phase  shift,  averaged 
over  5  hours,  was  attained  on  the  46-mile  (round-trip)  line. 
Averaged  over  48  hours,  the  phase  shift  was  still  1  /is,  which 
represents  a  long-term  fractional  frequency  stability  of 
about  6  parts  in  1012. 

Sources  of  error  in  the  received  signals  include  pickup 
of  stray  signals  on  the  line  and  environmental  effects  on  the 
group  and  phase-delay  of  the  line. 

B.  Distribution  by  Coaxial  Cables 

Measurements  of  phase  variations  [57]  on  163  km  of  co- 
axial cable  between  Birmingham  and  London,  England,  re- 
vealed changes  of  from  4  degrees  to  7  degrees  on  signals 
sent  completely  around  the  loop  at  1  kHz.  This  would  cause 
time  errors  of  about  20  ^s  at  the  receiver  on  this  particular 
coaxial  cable.  The  authors  did  not  state  whether  the  cable 
was  underground  or  not. 

A  few  limited  measurements  at  the  NBS  [58]  on  1000  feet 
of  RG-58/U  coaxial  cable  indicated  that  during  periods  of 
rapid  temperature  changes,  there  are  significant  phase  and 
frequency  changes.  This  was  observed  several  times  with  the 
cable  outside  in  the  open  sunlight.  An  increase  in  tempera- 
ture caused  a  decrease  in  phase  delay  in  the  cable.  This  work 
is  being  extended  to  include  other  cables  and  other  environ- 
mental conditions  and  also  their  effects  on  timing  pulses. 

Sources  of  error  are  the  same  as  for  the  telephone  lines. 

VI.  Frequency  Synthesizers 
An  important  function  in  the  distribution  of  SFTS  is  the 
synthesis  of  other  frequency  (and  time)  signals  from  the 
standard  frequency,  each  of  which  still  retains  the  accuracy 
of  the  standard.  Two  common  devices  that  are  important  in 

2  The  type  ol  transmission  lines  used  were  not  stated. 
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this  process  are  (a)  frequency  multipliers,  and  (b)  frequency 
dividers. 

A.  Frequency  Multipliers 

The  phase  variations  occurring  in  vacuum-tube-type  fre- 
quency multipliers  were  investigated  in  Japan  [59],  and  the 
investigation  included  theoretical  as  well  as  experimental 
work.  It  was  reported  that  the  prime  causes  of  the  phase 
fluctuations  in  the  multipliers  were  the  temperature  varia- 
tions of  the  tuned  circuits.  Other  factors  included  the 
fluctuations  in  the  filament  and  plate  supply  voltages  and 
the  number  of  multiplier  stages.  The  exact  effects  of  tube 
noise,  especially  at  low  frequencies,  were  not  determined. 

For  averaging  times  of  10  seconds,  the  fractional  fre- 
quency fluctuations,  Af/f,  were  about  one  part  in  101 1  when 
multiplying  from  either  100  kHz  to  100  MHz  or  100  kHz 
to  1900  MHz.  In  multiplying  up  to  the  same  frequencies  the 
fluctuations  were  one  order  of  magnitude  less  when  the 
input  was  at  10  MHz.  By  increasing  the  averaging  time  to 
100  seconds,  the  fluctuations  given  above  were  reduced 
another  order  of  magnitude.  Fluctuations  in  the  power 
supply  contributed  less  than  one  part  in  10" 13  for  a  10- 
second  observing  time. 

A  Russian  investigator  obtained  similar  results  [60].  He 
reported  that  for  vacuum  tube  multipliers  the  calculated 
fractional  frequency  fluctuations,  Af/f,  were: 

a)  0.3  x  10" 10  for  1  second  averaging  time 

b)  0.3  x  10"  12  for  100  seconds  averaging  time 

c)  0.3  x  10"  14  for  10  000  seconds  averaging  time. 

The  experimental  results  reported  were  that,  with  a  multi- 
plication factor  of  2.25  x  106,  Af/f  was  less  than  2  x  10"  u. 

More  recently,  a  frequency  multiplier  less  susceptible  to 
noise  has  been  reported  [61].  The  noise  level  of  the  multi- 
plier is  less  than  -  145  dBm/Hz  bandwidth  at  the  100  MHz 
output.  This  would  permit  frequency  comparisons  with 
precision  of  about  one  part  in  1014  in  1-second  observing 
time,  with  a  10-kHz  bandwidth  if  only  the  multiplier  noise  is 
considered.  The  spectra  of  the  source  would  limit  the  preci- 
sion to  much  worse  than  this. 

B.  Frequency  Dividers 

It  appears  that  there  is  very  little  quantitative  data  on  the 
performance  of  frequency  dividers.  Some  data  found  in  the 
Russian  literature  [62]  showed  that  fractional  frequency 
errors  of  from  one  part  in  108  to  one  part  in  1010  may  be 
introduced  by  frequency  dividers.  However,  no  details  were 
given  concerning  the  type  of  dividers  or  the  division  ratios 
used. 

VII.  Promising  Techniques  for  Future  Study 
There  are  several  techniques  for  distributing  SFTS  which 
appear  to  be  promising  and  should  receive  further  study. 
They  involve  use  of:  1)  satellites,  2)  meteor  trial  reflections 
of  VHF  radio  signals  (also  called  "meteor  burst"),  3)  NBS 
multiple-carrier  technique  and  the  Omega  Navigation  Sys- 
tem at  VLF  for  distributing  time,  4)  "round-trip"  trans- 
missions at  HF,  and  5)  £-layer  reflections  at  HF. 
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Satellites,  multiple-carrier  VLF  timing,  and  round-trip 
HF  transmissions  are  suitable  for  SFTS  distribution  over 
long  distances  (global),  but  the  uses  of  meteor  trial  and 
£'-layer  reflections  are  limited  to  shorter  ranges  (up  to  about 
1200  miles). 

As  mentioned  before,  the  multiple  carrier  VLF  technique 
devised  by  NBS  [32],  [14],  [34],  possibly  a  similar  one  under 
study  in  Italy,  [39],  [40],  and  the  Omega  System  appear  to 
be  promising  for  the  worldwide  distribution  of  SFTS,  as 
shown  by  theoretical  [14],  [39],  [40]  and  experimental 
studies  [34],  [36]— [38].  The  technical  and  economic  ad- 
vantages of  such  a  system  are:  1)  it  requires  a  relatively 
narrow  bandwidth ;  2)  it  will  provide  continuous  and  world- 
wide signals  for  clock  synchronization  and  time  interval 
requirements;  3)  the  transmissions  are  from  a  single  site 
(a  suitable  backup  in  cases  of  emergency  may  be  provided 
at  another  site)  and  therefore  it  does  not  have  the  trans- 
mitter synchronization  problems  inherent  in  other  possible 
worldwide  systems;  4)  the  reliability  and  continuity  of  its 
signals  at  a  receiver  will  be  many  times  greater  than  that  of  a 
network  of  transmitters  that  must  be  kept  accurately  syn- 
chronized at  all  times  if  the  timing  signals  are  to  be  useful; 
and  5)  the  cost  of  operating  and  maintaining  a  single  trans- 
mitting station  would  obviously  be  much  less  than  that  of  a 
network. 

It  is  only  fair  to  say  that  one  of  the  stations  in  the  network 
of  transmitters  could  be  used,  during  periods  when  the  net- 
work was  not  synchronized,  as  a  single  source  of  the  signals. 
However,  there  might  be  some  uncertainty  as  to  its  correct- 
ness unless  special  provisions  were  made. 

Some  preliminary  studies  [63]- [65]  made  of  the  phase 
velocity  stability  of  VHF  signals  reflected  by  meteor  trials 
indicated  "nanosecond"  phase  stability.  However,  it  can- 
not be  inferred  directly  from  this  that  the  (pulse)  group 
velocity  stability  is  the  same,  and  therefore,  that  the  system 
is  capable  of  nanosecond  time  (epoch)  distribution.  Phase 
measurements  may  be  made  in  a  relatively  narrow  fre- 
quency band,  but  pulsed  signals  with  nanosecond  resolu- 
tion require  a  very  wide  band;  for  the  same  transmitted 
power  the  received  S/N  ratio  for  the  two  cases  will  be  very 
much  different.  Furthermore,  the  dispersion  characteristics 
of  the  propagation  medium  and  multipath  distortion  be- 
come very  important  for  pulsed  signals.  It  can  be  shown  by 
information  theory  that  time  (epoch)  information  cannot 
be  sent  by  utilizing  only  the  phase  of  a  sinusoidal  carrier 
signal. 

In  another  experiment,  in  which  pulses  were  used  and 
their  received  stability  measured,  it  was  reported  [66]  that 
the  "meteor  burst"  system  was  capable  of  supporting  micro- 
second and  fractional  microsecond  timing  accuracies.  The 
results  were  not  verified  by  independent  methods. 

A  preliminary  timing  system  using  pulses  has  been  de- 
veloped at  NBS  to  determine  the  best  accuracy  (and  related 
parameters)  of  meteor  trail  reflections.  One  recent  result  is 
that  two  atomic  clocks  separated  by  about  1600  km  were 
synchronized  with  this  system  to  about  10  microseconds. 
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This  was  indicated  by  bringing  the  two  clocks  together  [67]. 

The  two  reported  experiments  [51  ]— [54]  in  distributing 
time  by  means  of  satellites  indicate  the  high  potential 
accuracy  of  this  system.  Two  types  of  satellites  with  two 
types  of  distribution  equipment  that  may  be  used  for  this  are 
stationary  and  nonstationary  satellites  carrying  either  a 
clock  or  a  transponder.  From  theoretical  studies  made  at 
NBS  [68],  it  was  concluded  that  three  synchronous  equally 
spaced  satellites  carrying  atomic  clocks  could  distribute 
time  over  all  the  globe  except  a  small  area  around  each  pole. 

Some  problems  to  be  solved  include:  1)  devising  one  or 
more  easy  and  accurate  methods  of  determining  the  prop- 
agation delays  of  the  time  signals  from  the  satellite  to  the 
receiver,  2)  development  of  an  atomic  clock  that  will  run 
for  long  periods  of  time  in  the  satellite,  and  3)  a  quick  and 
easy  method  of  providing  information  to  users  on  correc- 
tions to  be  applied  to  time  signals  received  from  satellites. 

A  system  proposed  by  NBS  [1 0]  in  1959  to  distribute  more 
accurate  time  and  frequency  at  HF  is  to  use  "round-trip" 
measurements.  This  requires  the  use  of  a  transponder  at  the 
slave  clock  in  order  to  be  able  to  measure  the  propagation 
delay  of  the  time  signals  from  the  transmitter  to  the  slave 
clock  and  back.  If  the  time  pulses  are  sent  at  a  rapid  rate, 
say  100  pulses  per  second,  the  propagation  medium  will 
then  change  but  little  from  pulse  to  pulse.  The  one-way 
delay  time,  obtained  from  the  round-trip  measurements, 
will  be  more  accurately  known  than  at  present ;  and  it  will  be 
updated  continuously. 

Reflection  of  HF  time  signals  from  the  £-layer  appears  to 
be  a  promising  method  of  distributing  time  over  distances 
of  about  800  to  1200  miles.  The  proper  choice  of  trans- 
mitted frequencies,  the  proper  angle  of  take-off  of  the  signal 
at  the  transmitting  antenna  and  the  correct  pattern  of  the 
receiving  antenna  would  be  necessary  to  insure  that  the 
£-layer  rather  than  the  F2-layer  was  being  utilized.  Higher 
accuracies  achieved  by  this  method  depend  on  the  greater 
stability  of  the  £-layer.  Of  course,  the  system  would  be 
limited  to  daylight  periods  over  the  path. 
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The  VLF  radio  broadcasts  of  GBR(16.0  kHz),  NBA(18.0  or  24.0  kHz),  and  NSS(21.4  kHz)  have 
enabled  worldwide  comparisons  of  atomic  frequency  standards  to  parts  in  1010  when  received  over 
varied  paths  and  at  distances  up  to  9000  or  more  kilometers.  This  paper  summarizes  a  statistical 
analysis  of  such  comparison  data  from  laboratories  in  England,  France,  Switzerland,  Sweden,  Russia, 
Japan,  Canada,  and  the  United  States  during  the  5-year  period  1961-1965.  The  basic  data  are  dif- 
ferences in  24-hr  average  frequencies  between  the  local  atomic  standard  and  the  received  VLF  radio 
signal  expressed  as  parts  in  lO10.  The  analysis  of  the  more  recent  data  finds  the  receiving  laboratory 
standard  deviations,  and  the  transmission  standard  deviation,  f,  to  be  a  few  parts  in  10".  Averag- 
ing frequencies  over  an  increasing  number  of  days  has  the  effect  of  reducing  a,  and  r  to  some  extent. 
The  variation  of  the  a,  with  propagation  distance  is  studied.  The  VLF-LF  long-term  mean  differences 
between  standards  are  compared  with  the  recent  portable  clock  tests,  and  they  agree  to  parts  in  10". 


1 .  Introduction 

Six  years  ago  in  London,  the  XHIth  General  Assem- 
bly of  URSI  adopted  a  resolution  (No.  2)  which  strongly 
recommended  continuous  very-low-frequency  (VLF) 
and  low-frequency  (LF)  transmission  monitoring 
throughout  the  world  by  atomic  frequency  standards 
(Decaux,  1961).  URSI  proposed  such  tests  to  obtain 
the  day-to-day  phase  stabilities  of  VLF  and  LF  radio 
signals  and  to  determine  their  usefulness  for  precise 
time  and  standard  frequency  comparisons  at  distant 
points.  Since  that  time,  some  10  laboratories  have 
collected  and  exchanged  atomic  standard  frequency 
data,  obtained  through  such  transmissions  as  GBR 
(England,  16  kHz),  NBA  (Canal  Zone,  18  or  24  kHz), 
WWVL  (U.S.A.,  20  and  19.9  kHz),  NSS  (U.S.A.,  21.4 
kHz),  and  WWVB  (U.S.A.,  60  kHz).  Since  the  Twelfth 
General  Conference  of  Weights  and  Measures  author- 
ized a  temporary  atomic  designation  for  the  physical 
measurement  of  time  in  October  1964  (General  Con- 
ference of  Weights  and  Measures  XII,  1964),  these 
comparisons  of  atomic  frequency  standards  have  taken 
on  added  significance. 

This  paper  supplements  a  previous  18-month  com- 
parison of  atomic  frequency  standards  (Morgan,  Crow, 
and  Blair,  1965)  and  covers  the  period  1961  up  through 
part  of  1966.  Many  previous  comparison  studies 
through  VLF  and  LF  radio  transmissions  have  been 
reported.  In  addition  to  those  references  given  in 
our  previous  paper,  see  Nakajima,  Suzuki,  Azuma, 
Akatsuka,  and  Nakamura  (1963);  Reder,  Abom,  and 
Winkler  (1964);  and  Mungall,  Bailey,  and  Daams  (1966). 
These  past  6  years  have  seen  tremendous  improve- 
ment in  atomic  frequency  standards  (McCoubrey, 
1966);  microsecond  time  synchronization  at  remote 
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points  via  satellites  (Steele,  Markowitz,  and  Lidback, 
1964;  Markowitz,  Lidback,  Uyeda,  and  Muramatsu, 
1966);  improvements  in  the  transmission  of  VLF  and 
LF  radio  signals  (Milton,  Fey,  and  Morgan,  1962; 
Barnes,  Andrews,  and  Allan,  1965;  Bonanomi,  1966; 
U.S.  Naval  Observatory,  1966);  and  side-by-side  world- 
wide comparisons  of  atomic  frequencv  standards  via 
portable  cesium  (Cs)  standards  to  parts  in  1012  (Bagley 
and  Cutler,  1964;  Bodily,  1965;  Bodily,  Hartke,  and 
Hyatt,  1966). 

In  the  light  of  such  advances,  it  is  the  purpose  of  this 
paper  to  analyze  the  5-year  accumulation  of  daily 
observations  of  atomic  frequency  standards  syste- 
matically made  at  certain  laboratories  by  means  of 
received  VLF  radio  signals,  to  note  the  present-day 
status  of  such  comparisons,  and  to  contemplate  further 
work  and  events  which  could  eventually  lead  to  a 
universal  standard  which  might  control  an  interna- 
tional atomic  time-scale  system  (CCIR,  1966). 

2.  Characteristics  of  Atomic  Frequency 
Standards 

Characteristics  of  the  atomic  frequency  standards 
located  at  the  various  receiving  laboratories  are  listed 
in  table  1.  Figure  1  shows  the  locations  of  both  the 
laboratories  and  the  VLF  and  LF  transmitters  engaged 
in  these  studies,  together  with  great  circle  distances 
between  applicable  transmitters  and  receivers.  These 
propagation  distances  range  from  50  to  9470  km,  and 
all  such  paths  lie  in  the  northern  hemisphere. 

3.  Summary  of  Statistical  Analysis 

The  methods  of  comparison  and  statistical  analysis 
have  been  described  by  Morgan,  Crow,  and  Blair  (1965). 
Each  laboratory  records  the  received  VLF  signals  in 
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Tabic  1.    Characteristics  of  Atomic  Frequency  Standards 

Laboratory 
Abbreviation 

Approximate 
Geographic 

Atomic  Standard 

Interaction 
Length-cm 

pts  in  10n 

Reference 

Type 

Period  of 
Observation 

All-Union  Research  Institute 
of  Physical  Technical  and 
Radio  Technical  Measurements 
Moscow,  Russia 

A  RIM 

UNKNOWN 

Jan  1,  1964 
Dec  31,.  196S 

Centre    National  D'Etudes 
des  Telecommunications 
Bagneux,  France 

CNET 

48°  48'  N 

2°  19'  E 

Cs-Commercial 

Apr  30,  1965 

A107 

94 

+22 

Decaux  (1963) 

°mmerLaboratorv 

Apr  30,  1965  to 
Present 

Cs2 

25 

±  2 

Decaux  (1967) 

Cruft  Laboratories 
Harvard  University 
Cambridge,  Mass..  USA 

CRUFT 

42°  22'  N 
71°    6'  W 

Cs-Commercial 
(inactive) 

Jan  1,  1961  to 
Dec  31,  1963 

S203 

94 

±50 
(Mfr's 
guarantee) 

Pierce  (1963) 

Research  Institute  of 
National  Defence-FOA 
Stockholm,  Sweden 

FOA 

59°  20'  N 
18°    3'  E 

Cs-Commercial 

Mar  1,  1965  to 
Present 

12.4 

±  2 

Bodily  (1966); 
Bodily.  Hartke.and 
Hyatt  (1966) 

Laboratoire  Suisse  de 
Recherche  Horlogere 
Neuchatel,  Switzerland 

LSRH 

47°  00*  N 
6°  57'  E 

Co- Laboratory 

Jan   1,  1961  to 
Dec  31,  1963 

409 

4  3(W> 

Kartaschoff  (1962) 

Ian  1,    1964  to 
June  30,  1966 

±  Kl<r) 

Kartaschoff  (1964.  1967) 

National  Bureau  of  Standards 
Boulder,  Colorado,  USA 

NBS 

40°  00'  N 
105°  16'  W 

Cs- Laboratory 

Jan  1,  1961  to   

Jun  30j  1962 

Jul  1,  1962  to 

Aug  31 .  1963 

Sept  1,  1963  to 

May  31,  1965 

Jun  1,   1965  to  present"" 

NBS-I 

55 

±  1  (3<r ) 

Bcchler, Glaze  (1966); 
Glaze  (1967) 

^»  NBS-II 

164 

±  0.8(3ir) 

%  NBS-III 

366 

*  0. 5(3(0 

Washington.  D.  C.  ,  USA 

77°  39'  W 

Ca-Beam  (weighted 
average  of  9  Cs  stds) 

Jan  1.  1961  to 
May  31.  1965 

A.  1 

varied 

i  2 

Markowitz  (1962,  1964) 

Cs-Commercial 

Jun  1,  1965  to  present 

Cs  -60 

12.4 

+0.9(ref  H,) 

Buchanan. Pntt. and 
Hastings  (1965) 

National  Physical  Laboratory 
Tedding  ton ,  Middlesex ,  England 

NPL 

51°  25*  N 
0°  20'  W 

Cs- Laboratory 

Jan  1961  to  Nov  1963 

NPL-II.MOD  1 

265 

t  3 

Essen,  Steele,  and 
Sutcliffe  (1964); 
Essen  (1967) 

IV..    I'-",  i  t-..  l.in  1  H.4 

NPL-II.MOD  2 

Jan  1964  to  Jan  1965 

NPL-I1.  MOD  3 

Jan  lQfc5  to  prcsrnt 

NPL-1I.  MOD  \ 

National  Research  Council 
Ottawa,  Ontario,  Canada 

NRC 

45°  25'  N 
75°  43'  W 

Cs- Laboratory 

Jan  1.  1961  to 
Nov  6,  1962 

NRC-1 

80 

±30 

Kalra  (1961) 

Feb  17,  1965  to 
Present 

NRC-2 

210 

±  1.9 

Mungall.  Bailey,  .ind 
Daams  (1966) 

Tokyo  Astronomical  Observatory 
Mitaka,  Near  Tokyo,  Japan 

TAO 
(RRL) 

35°  40*  N 
139°  32*  E 

Nl4H3-Laboratory 

Aug  14,  1964  to 
Present 

*  3 

(resctability) 

CCIR  (1964) 

Methods  of  determining  vary.  Consult  applicable  reference  for  complete  details 
for  a  particular  standard.  In  most  cases  the  precision  of  short-term  measure- 
ments is  reported  also,  but  the  melhods  of  determining  vary  widely. 
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Figure  1.    Locations  of  receiving  laboratories  and  VLF  and  LF 
transmitters. 

terms  of  a  transfer  oscillator,  which  is  periodically 
calibrated  in  terms  of  the  primary  frequency  standard. 
It  should  be  emphasized  that  the  data  analyzed  are 
thus  only  measurements  at  certain  laboratories  pos- 
sessing atomic  standards  and  systematically  recording 
signals  from  VLF  transmitters  and  do  not  include  any 
measurements  at  the  VLF  transmitters.  From  the 
reduction  of  such  phase  recordings,  daily  (24-hr)  aver- 
ages of  the  received  frequencies  are  determined  and 
exchanged  among  the  different  laboratories. 
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Initial  analysis  of  these  data  yields  the  long-term 
mean  of  the  daily  observations  at  each  receiving  labora- 
tory and  the  variance  5?  (or  standard  deviation  si)  of 
these  observations.  The  means  give  immediately 
the  long-term  mean  differences  between  the  atomic 
standard  frequencies  of  the  receiving  laboratories. 
By  averaging  the  daily  observations  from  all  receiving 
laboratories  and  a  little  further  statistical  analysis  (see 
Morgan  et  al.,  1965),  the  variance  t2,  common  to  all 
receiving  laboratories,  is  obtained.  Thus  t  includes 
variations  of  the  transmitter  oscillator,  the  transmitting 
system,  and  propagation  variations  common  to  all 
receiving  stations.  A  decomposition  of  s2  into  two 
components  can  then  be  achieved,  t2  being  one  com- 
ponent; the  other  component,  af,  may  be  defined 
simply  as  af  =  sf  —  t2.  It  follows  that  a,  consists  of  all 
variations  of  the  measurements  at  the  ith  receiving 
laboratory  not  common  to  all  laboratories,  and  thus 
includes  variations  of  both  primary  and  transfer  oscil- 
lators, other  parts  of  the  receiving  system,  and  of  the 
propagating  signal  peculiar  to  the  ith  transmission 
path. 

3.1.  Long-Term  Mean  Differences  Between 
Atomic  Standards 

It  is  of  interest  to  test  the  mean  frequencies  meas- 
ured simultaneously  by  receiving  laboratories  over 
periods  as  long  as  a  year  for  the  presence  of  systematic 
differences  between  atomic  standards.    Hence,  the 
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differences,  A,,  of  yearly  means  from  the  yearly  grand 
mean  for  all  laboratories  are  shown  in  tables  2  and  3  for 
GBR  and  NBA  or  NSS  for  the  years  1961-1965.  (NBA 
suspended  operations  for  about  a  year  in  1965,  and 
NSS  was  then  monitored  instead.) 

The  mean  differences  of  tables  2  and  3  are  also 
combined  and  displayed  in  figure  2.  We  formulate 
the  following  generalizations  from  tables  2  and  3  and 
figure  2: 

(a)  The  maximum  of  the  yearly  mean  difference  in 
table  2  between  atomic  frequency  standards  decreased 
from  39  parts  in  1011  in  1961  to  8  parts  in  10u  in  1965 
(aside  from  one  standard  introduced  in  1964);  table  3 
shows  a  similar  decrease,  from  42  to  5.  Thus,  as 
shown  in  figure  2,  the  mean  difference  of  each  stand- 
ard from  the  grand  mean  has  tended  to  decrease. 

(b)  Before  1965,  the  grand  mean  for  each  year  and 
each  transmitter  differed  up  to  8  parts  in  1011  from  the 
prescribed  fractional  frequency  offset  of  — 1500  or 

—  1300  parts  in  1011  and  up  to  14  parts  in  10u  from  that 
of  the  other  transmitter.  However,  these  differences 
reduced  to  just  0.1  part  in  1011  in  1965.  (The  pre- 
scribed fractional  frequency  offset,  which  is  presently 

—  3000  parts  in  10u,  is  an  approximation,  agreed  upon 
internationally,  to  the  difference  in  the  rate  of  occur- 
rence of  time  ticks  on  the  universal  time  scale  (UT2) 
and  second  pulses  on  the  atomic  or  ephemeris  time 
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FIGURE  2.  Average  agreement  among  atomic  standards,  1961-  1965 
as  indicated  by  transmissions  of  GBR  and  NBA  (NSS,  1965) 
combined. 

(Some  receiving  stations  have  reported  frequency  values  only  in  terms  of  GBR. 
Thus  the  deviations  only  from  the  GBR  yearly  grand  means  are  shown  for  ARIM, 
FOA,  TAO,  and  NRC  (1965).) 


scales  (Hudson,  1965).)  However,  among  the  dif- 
ferences between  the  two  transmitters  as  measured 
by  any  given  receiving  laboratory,  i.e.,  between 
corresponding  means  (A*)  of  tables  2  and  3,  the  maxi- 
mum absolute  difference  ranges  only  between  2  and  5 
parts  in  1011. 

3.2.  Day-to-Day  Fluctuations  Associated  with 
Receiving  Laboratories 

The  part  of  the  fluctuation  from  day  to  day  of  the 
daily  frequency  measurement  (of  a  transmitted  signal) 
by  the  ith  receiving  laboratory,  which  is  associated 
uniquely  with  that  laboratory,  is  characterized  by  a 
standard  deviation  a,.  This  includes  system  errors 
and  propagation  effects  peculiar  to  the  ith  path  as  well 
as  receiver  atomic  standard  variations.  The  estimate 
of  a,  from  any  given  quarter  (of  a  year)  is  denoted  by 
oti.  (Since  the  simultaneous  statistical  analysis  for  all 
on  requires  complete  sets  of  daily  observations  from 
all  laboratories,  using  data  in  quarterly  groups  turned 
out  to  be  desirable.)  Yearly  average  estimates  of  a,, 
denoted  by  a;,  are  presented  in  this  paper,  obtained 
as  weighted  root-mean-square  combinations  of  the 
a,  with  weights  equal  to  the  number  of  daysjper  quar- 
ter, minus  l.3  Figures  3  and  4  give  the  <5,  for  the 
various  laboratories  reporting  reception  of  GBR,  NBA, 
and  NSS  during  1961-1965.  We  formulate  the  fol- 
lowing generalizations  from  figures  3  and  4  and  from 
approximate  confidence  intervals  that  are  not  shown: 

(a)  The  standard  deviation  a,  for  most  laboratories 
tended  to  decrease  from  1961  to  1965,  whether  derived 
from  GBR  transmissions  or  NBA  and  NSS  transmis- 
sions. If  this  decrease  were  attributed  to  improve- 
ment in  atomic  standards,  it  would  have  to  be  assumed 
that  the  standards  contribute  a  major  portion  of  the 
a,;  however,  it  seems  likely  that  the  measuring  sys- 
tems have  been  improved  too,  and  it  is  possible  that 
propagation^  fluctuations  decreased. 

(b)  The  <5i  derived  from  GBR  transmissions  and  the 
corresponding  a,  derived  from  NBA  or  NSS  transmis- 
sions tend  to  be  near  each  other.  All  of  the  values  for 
1965,  with  one  exception,  fall  between  two  and  six 
parts  in  1011.  The  recently  reported  within-laboratory 
standard  deviations  of  atomic  standard  average  fre- 
quencies for  1-day  periods  are  at  least  an  order  of 
magnitude  less  than  these  values;  that  is,  a  few  parts 
in  1012  (McCoubrey,  1966). 

(c)  Three  of  the  a,  from  GBR  and  NBA  transmissions 
are  zero  (LSRH  and  NBS  from  GBR  in  1962  and  NBS 
from  NBA  in  1964).  These  and  other  substantial 
variations  are  easily  accounted  for  by  the  uncertainties 
in  the  estimates.  Even  95  percent  confidence  inter- 
vals based  on  independence  of  daily  observations  place 
upper  limits  for  these  two  values  of  a,  at  five  parts  in 
1011,  and  intervals  taking  account  of  dependence  would 


3  See  Morgan  et  al.  (1965)  for  a  more  complete  explanation  of  the  theory  and  notation. 
In  brief,  ccj  and  t  are  standard  deviations  of  theoretical  distributions  that  could  be  known 
only  if  infinite  observations  were  made;  ai  and  T  are  estimates  of  a,  and  J  made  from  a  finite 
number  of  observations,  here  generally  restricted  to  1  per  day  for  a  quarter  of  a  year; 
a,  and  fare  rms  averages  of  the  four  at  and  four  f  for  each  year. 


362 


629 


Table  2.    Yearly  Means  A.  and  Standard  Deviations  fl.  of  24-hour  Average  Frequencies  Transmitted 
1   by  GBR  and  Measured  by  Various  Standards. 
The  A.  are  deviations  from  the  yearly  grand  mean  of  all  standards  (positive  if  ith  standard  ie  low). 
1  n.  a   number  of  24-hour  average  frequencies 

Frequency  unit  -  1  part  in  10"' 


Atonic  1 

1961 

1962 

1963  | 

196k 

1965 

Frequency  Standard  | 

"l 

81  | 

1 

ARIM 

" 

- 

- 

- 

- 

- 

- 

238 

-19.5 

lT.k 

lMt 

-12.8 

10.3 

CNET 

313 

+16.  U 

31.9 

323 

+  17.8 

17.9 

+21.2 

13.2 

350 

+  20.1 

10.lt 

310  « 
(  230) 

+  6. It 
(+0.1t)* 

llt-3 
(  8.0)* 

CRUTT 

-22.9 

32.0 

282 

-7.3 

llt.9 

304 

-5.0 

10.9 

- 

PDA 

- 

- 

- 

- 

- 

" 

" 

258 

-1.0 

7.8 

 — 

LSRH 



329 

-6.1 

33- 

268 

-7.8 

llt.9 

330 

-5.0 

8.2 

355 

-2.7 

9.9 

3lt2 

-0.1 

8.5 

NBS 

326 

-lt.2 

32.lt 

302 

-6.9 

14.1 

347 

-3.1 

8.8     1  350 

-3-9 

9.5 

328 

-0.9 

7.8 

NOB 

321 

+  2.9 

29.3 

31T 

-h.6 

13.1 

319 

-3.0 

9-1 

352 

+  0.7 

10.lt 

350 

1 2.9 

9*3 

NPL 

317 

-0.6 

29.6 

30I1 

-0.1 

15.2 

331 

-6.lt 

8.2 

351 

+  0.2 

7.2 

3M 

-l.lt 

7-7 

HRC 

339 

+9-3 

39.8 

286 

+  6.9 

21.9 

285 

0.0 

9. It 

TAO 

135 

-2.7 

13-2 

339 

-1.0 

11.8 

GRAND  MEAN 

-1I192.3 

-1299.3 

-1295.8 

-150lt.5 

-H99-9 

•New  standard.  Apr.  -Dec.  1965.    Mean  of  new  standard  not  included  in  grand  1 


Table  3.    Yearly  Means  Aj  ant*  Standard  Deviations        of  24-hour  Average  Frequencies 
Transmitted  by  NBA  (NSS  in  1965)  and  Measured  by  Various  Standards. 

The  A.   are  deviations  from  the  yearly  grand  mean  of  all  standards  (positive  if  ith  standard  is  low), 
n.  =   number  of  24-hour  average  frequencies 

Frequency  unit  -  1  part  in  ]0** 


Atomic 

1961 

1962 

1963 

196k 

1965 

Frequency  Standard 

si 

nl 

sl 

ni 

Ai 

°1 

ni 

sl 

ni 

sl 

cnet 

251 

+  L8.I1 

lit. 6 

299 

+  18.9 

12.8 

276 

+19.2 

9-0 

2k0 

+17.5 

9-3 

20I1  _ 
(17*) 

+  1-7  » 
(-3.0) 

13.0  , 
(6.2) 

CRUFT 

238 

-23.8 

15.2 

263 

-7.1 

9-1 

2lt9 

-4.6 

9.0 

ism 

322 

-6.1 

11.9 

28!t 

-9.1 

10.2 

296 

-5.it 

5.6 

257 

-5.7 

6. It 

22I1 

-1.1 

8.1 

NBS 

230 

-3-3 

12.7 

257 

-6.0 

8.6 

297 

-3-1 

lt.2 

236 

-6.lt 

k-3 

2I15 

-0.9 

5.5 

NOB 

29  It 

+  6.5 

11.6 

316 

-3.8 

9.2 

273 

-2.3 

M 

290 

•2.6 

5.0 

270 

+  2.1 

7-1 

NPL 

259 

+  0.1 

llt.6 

2ltl 

-2.9 

lit. 2 

205 

-5.0 

6.3 

15k 

-3.2 

8.0 

169 

-2.7 

7.2 

NRC 

133 

+  13.8 

22.lt 

2k0 

+  9-2 

18.0 

GRAND  MEAN 

-1506.2 

-1295.1 

1298.9 

-l"t95.9 

-1500.0 

>)ew  standard,  Apr.  -Dec.  1965.    Mean  of  new  standard  not  included  in  grand  mean. 
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FIGURE  3.  Derived  standard  deviations,  a,-,  (associated  with 
receiving  laboratories)  of  daily  average  frequency  measure- 
ments  of  GBR  transmissions. 
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FIGURE  4.  Derived  standard  deviations,  a,,  [associated  with 
receiving  laboratories)  of  daily  average  frequency  measure- 
ments of  NBA  (NSS  in  1965)  transmissions. 


place  them  even  higher.  (Uncertainties  in  estimates 
are  discussed  further  in  section  4.) 

3.3.  Day-to-Day  Fluctuations  of  Transmissions 

The  day-to-day  fluctuations  in  transmissions  are 
characterized  by  a  standard  deviation  t,  which  includes 
transmitting  system  variability  and  propagation  varia- 
bility common  to  all  receiving  stations  included  in  the 
analysis  as  well  as  transmitter  oscillator  variability. 
The  data  do  not  permit  analysis  into  components  aris- 
ing from  these  three  sources.  Figure  5  shows  the 
estimated  standard  deviations  t  of  transmission  errors 
for  GBR  and  NBA  for  each  year  1961  through  1964,  as 
well  as  1965  values  for  GBR  and  NSS,  and  values  for 
NSS  and  WWVL  for  parts  of  1966.  From  1961  tbrough 
1963  the  f  decreased  by  60  or  65  percent,  after  which 
they  leveled  off  to  values  of  less  tban  7  parts  in  1011. 
This  improvement  is  believed  to  result  from  improved 
transmitter-oscillator  control. 


4.  Effects  of  Averaging  VLF  Frequency  Data 

To  show  the  effects  of  long-term  averaging  of  stand- 
ard frequency  data,  averages  over  consecutive  non- 
overlapping  intervals  of  7,  15,  30,  60,  120,  and  240  days 
were  computed  for  the  1963-64  GBR  data  and  for 
similar  intervals  for  the  1965  GBR  data.  Then  the 
values  of  s2,<x,-2,  and  f2  were  calculated  using  these 
longer-term  averages  as  the  individual  observations. 
An  example  of  the^  effective  reduction  in  the  magni- 
tude of  sf,  af,  and  t2  is  shown  graphically  in  figure  6. 
The  variances  s?  and  variance  components,  af  and  t2, 
are  plotted  with  logarithmic  scales  because,  in  the 
case  of  independent  observations  from  a  stable  distri- 
bution (as  well  as  asymptotically  in  at  least  some  cases 
of  autocorrelated  observations),  tbey  should  vary  in- 
versely with  the  first  power  of  the  length  of  the  averag- 
ing interval.  (The  variances  s'f  of  1-day  averages,  as 
well  as  the  af  and  t2  derived  from  them,  are  determined 
from  a  large  number  of  days,  whereas  the  variances 
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FIGURE  5.  Derived  standard  deviations,  t,  associated  with 
transmitter  (GBR,  NBA,  NSS,  or  WWVL),  of  daily  average 
frequency  measurements  by  receiving  laboratories. 
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FIGURE  6.  Total  variance  sf,  receiving  laboratory  variance 
a?,  and  transmission  variance  t2  of  frequencies  averaged 
over  the  indicated  number  of  days. 


sf  of  60-day  averages  are  determined  from  12  values 
for  1963-1964  and  from  3  values  for  1965.  Other 
points  are  proportionally  limited.) 

We  see  from  figure  6  that  although  there  is  at  least 
an  initial  decrease  as  the  averaging  interval  length 
increases,  5?  levels  off  at  about  V2  of  its  value  for  1-day 
averages  in  the  1963-1964  data,  but  decreases  steadily 
as  about  the  —0.6  power  of  the  averaging  interval 
length  in  the  1965  data.  The  leveling  off  in  1963-1964 
is  associated  with  substantial  spectral  components  of 
periods  longer  than  the  averaging  interval  that  are  not 
included  in  values  of  5?,  af,  and  f2  calculated  from 
short-term  (such  as  1-day)  averages.  Figure  6  may  be 
compared  with  Allan's  figures  4-7  (1966),  McCou- 
brey's  figure  17  (1966),  and  Bodily's  figure  5  (1966), 
which  graph  within-laboratory  standard  deviations  of 
atomic  standard  frequencies  against  averaging  inter- 
vals up  to  about  1  day.  These  graphs,  showing  the 
variation  of  measurement  for  averaging  intervals  of  1 
day  or  less,  indicate  a  slope  near  —  0.5  for  cesium  stand- 
ards, corresponding  to  a  slope  for  variances  near  —  1. 
Our  figure  6  includes  both  propagation  and  measuring 
system  variation,  as  well  as  atomic  standard  varia- 
tion. Which  components  are  substantial  for  periods 
beyond  1  day  still  appear  to  be  incompletely  known. 
The  limited  reduction  in  variances  through  averaging 
may  result,  at  least  in  part,  from  long-term  variations 
in  the  ionosphere  such  as  solar-cycle,  seasonal,  and 
lunar-tide  variations  (Chilton,  Crombie,  and  Jean, 
1964).  (An  editorial  reader,  J.  A.  Barnes,  notes  that 
this  limited  reduction  might  be  explained  by  the  hy- 
pothesis that  flicker  noise  frequency  modulation  is 
present,  a  fact  recognized  in  several  papers  on  crystal 
oscillators  and  in  Vessot  et  al.  (1966)  for  atomic 
devices.) 

The  relatively  slow  decrease  of  variability  with  in- 
creasing interval  length  (or  number  of  observations) 
exemplified  in  figure  6  renders  the  classical  confidence 
intervals  based  on  independent  observations  too  short 
and  is  the  reason  for  not  including  them  in  this  paper. 
The  effect  of  averaging  intervals,  on  sf,  af,  and  t2  and 
their  uncertainties  is  under  further  study. 

5.  Relation  of  Precision  of  Frequency  Com- 
parison With  Distance 

Since  Pierce's  pioneering  work  nearly  a  decade  ago 
on  the  precision  of  short-term  phase  measurements 
of  16-kHz  signals  received  over  a  5200-km  path  (Pierce, 
1957),  there  has  been  considerable  question  whether 
such  precision  depends  upon  distance.  Pierce, 
Winkler,  and  Corke  (1960)  later  extended  the  short- 
term  results  to  observations  over  24-hr  periods.  They 
found  standard  deviations  of  about  2  parts  in  1011  for 
GBR  frequency  measurements  over  the  same  5200-km 
path.  The  frequency  measurements  given  in  the 
present  paper  were  made  at  consecutive  24-hr  times, 
generally  near  the  center  of  the  all-daylight  period, 
to  minimize  effects  from  the  diurnal  height  changes  of 
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the  ionosphere.  The  daily  phase  variations  in  such 
frequency  data,  attributable  to  ionospheric  effects, 
are  believed  to  result  largely  from  day-to-day  height 
changes  of  the  reflecting  layer  of  the  ionosphere. 
Pierce  et  al.  (1966)  state  that  phase  changes  due  to 
ionospheric  height  changes  that  are  common  to  the 
whole  path  would  be  proportional  to  distance.  Super- 
imposed on  these  day-to-day  variations  are  shorter- 
term  phase  fluctuations,  whose  contribution  is  difficult 
to  assess  at  this  point.  Pierce  et  al.  (1966)  show  some 
indication  that  these  shorter-term  variations  in  a  re- 
ceived VLF  signal  increase  with  distance  to  the  Va 
power. 

Our  analysis  of  the  observed  variance  s?  of  average 
frequency  fluctuations  into  components  t2  associated 
with  the  transmitter  and  a?  associated  with  the  re- 
ceiver (including  the  path  to  the  receiver)  provides 
data  for  analyzing  the  variation  with  distance  more 
specifically.  Since  the  true  variance  af  for  the  ith 
receiver  includes  contributions  from  its  atomic  stand- 
ard and  measurement  system  that  have  nothing  to  do 
with  distance  from  the  transmitter,  a  simple  reasonable 
model  for  it  would  be  of  the  form 


a2=al,i+y2(D,-L)2'3,  L^Di^U, 

where  D,  is  the  great-circle  distance  from  the  trans- 
mitter to  the  receiver  over  which  the  signal  is  .received 
and  c*o, j8,  y,  L,  and  U  are  constants  to  be  deter- 
mined. A  more  refined  model  would  be  expected  to 
have  all  of  the  constants  depending  on  i,  since  path 
position  and  orientation,  proportion  of  water  below  the 
path,  and  interference  between  short  and  long  great- 
circle  paths  are  factors.  In  addition,  the  model  can 
be  tested  only  by  sample  values  af  (or  averages  thereof, 
a?),  which  are  subject  to  considerable  sampling  error 
not  included  in  the  above  equation;  there  is  more 
relative  error  in  a?  than  in  the  5?  from  which  it  is  de- 
rived by  subtracting  t2. 

However,  it  is  possible  to  give  outside  bounds  for 
the  limiting  distances  L  and  U.  Certainly  U  is  no 
larger  than  the  circumference  of  the  earth,  40,000  km. 
A  lower  limit  to  L  is  provided  by  the  distance  beyond 
which  first-order  mode  theory  is  satisfactory;  the  value 
of  L  so  indicated  is  somewhat  arbitrary,  but  the  work 
of  Wait  (1957,  1962)  suggests  2000  to  3500  km  for 
daytime  propagation.  For  shorter  distances,  higher- 
order  modes  interfere  with  no  simple  dependence  on 
distance.  In  figure  7  we  have  plotted  the  yearly 
average  receiver  standard  deviations,  a;,  against  dis- 
tance for  the  nine  receiving  stations  recording  at  least 
one  of  GBR,  NBA,  and  NSS  during  1963-65.  (The 
earlier  values  were  not  included  because  they  tend 
to  be  larger  than  the  values  for  the  period  1963-65 
which  seems  characterized  by  approximate  stability.) 
Although  the  carrier  frequencies  of  the  transmitters 
vary  from  16  to  24  kHz,  and  Pierce  et  al.  (1966)  nor- 
malize phase  variations  by  division  by  the  carrier 
frequency,  we  have  not  done  this  because  a,  includes 


atomic  standard  and  system  measurement  variations 
as  well  as  propagation  variations  and  the  effect  is 
relatively  small  here  anyway. 

We  observe  from  figure  7  that  distance  D  does  not 
appear  to  explain  a  major  portion  of  the  variation  of 
&j.  However,  if  we  exclude  the  data  for  D  <  2000 
km  on  the  basis  of  interfering  modes  as  indicated 
above,  there  is  a  substantial  correlation  with  distance, 
consistent  with  the  model  a2  =  22  +  (D  —  2.5)2  for 
2.5  =£  D  =s  10  with  D  in  megameters. 
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FIGURE   7.    Receiving  laboratory  standard  deviation,  Si, 
plotted  against  VLF  propagation  distance,  D. 

6.  Relation  of  Long  Term  VLF-LF  Measurements 
to  Direct  Measurements  With  Portable  Ce- 
sium Standards 

Recently  there  have  been  several  "flying  clock" 
experiments  in  which  portable  atomic  frequency 
standards  have  been  intercompared  side  by  side  with 
atomic  standards  located  in  worldwide  laboratories 
for  short  observation  periods  (Bagley  and  Cutler,  1964; 
Bodily,  1965;  Bodily,  Hartke,  and  Hyatt,  1966).  Com- 
parison between  such  measurements  and  the  long-term 
VLF-LF  data  is  shown  in  table  4  for  the  1965  and  1966 
data.  (These  data  are  in  terms  of  deviations  from  NBS 
measurements  to  facilitate  comparisons  between  the 
portable  Cs  standards  and  the  VLF-LF  measure- 
ments.) In  most  cases  the  direct  measurements  with 
portable  Cs  standards  are  within  parts  in  1012  of  the 
VLF-LF  mean  values.  Figure  8  gives  the  distribution 
of  the  differences  of  the  daily  observations  of  three 
receiving  laboratories  from  those  of  NBS.  (Super- 
imposed on  these  distributions  are  fitted  normal 
curves.)  Also  shown  are  several  of  the  portable 
clock  direct  measurements. 
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Figure  8.  Relation  of  portable  Cs  standard  data  to  fre- 
quency distributions  of  differences  of  VLF—LF  daily  meas- 
urements by  NBS  and  those  by  three  other  laboratories. 

(The  portable  Cs  standard  data  are  also  shown  as  differences  from  NBS.  Basic 
data  are  from  Bodily  (1965)  and  Bodily,  Hartke.  and  Hyatt  (1966).) 


If  one  assumes  that  all  the  receiving  laboratory 
standards  are  randomly  selected  members  of  a  pop- 
ulation of  atomic  standards  and  that  the  portable 
reference  standards  do  not  change  systematically, 
a  standard  error  of  the  mean  difference  between  the 
receiving  laboratories  and  the  portable  standards, 

s/y/n  (where  s  is  the  standard  deviation  of  the  ob- 
served differences  of  the  frequencies  of  n  laboratories 
from  those  of  the  portable  standards),  can  be  com- 
puted for  both  1965  and  1966,  and  confidence  limits 
for  the  mean  differences  constructed.  The  1965 
and  1966  95  percent  confidence  limits  are  as  follows: 


(1965)  -5.1  < +  8.2  < +  21.5  (n=7) 

(1966)  -3.2<  +  l.l<  +  5.4  (ra=13) 


pts.  in  1012. 


Thus,  there  is  no  statistically  significant  mean  dif- 
ference between  the  assumed  population  of  receiving 


laboratory  atomic  standards  and  the  population  of 
portable  Cs  standards.  This  latter  population  has 
been  studied  by  Bodily  (1966),  whose  histogram  shows 
that  95  out  of  a  population  of  100  portable  cesium 
standards  fall  within  about  ±5  parts  in  1012  of  the 
reference  cesium  frequency. 


7.   Future   Remote  Comparisons 
Frequency  Standards 


of  Atomic 


With  the  increased  gains  in  the  stability  of  atomic 
frequency  standards,  one  can  foresee  the  eventual 
need  of  comparing  such  standards  at  remote  points 
with  errors  less  than  parts  in  1012.  Longer  period 
measurements  may  permit  this  to  some  extent,  but 
improvements  in  transmitter  control  and  long-term 
comparison  studies  using  portable  clocks  as  indicated 
below  should  obtain  fuller  realization  of  the  maximum 
possible  precision. 

Transmitter  improvements:  Improved  transmitter 
control  has  resulted  in  a  reduction  by  a  factor  of  three 
or  more  of  the  transmission  standard  deviation  asso- 
ciated with  VLF  broadcasts  (fig.  5)._  Thus,  the  WWVL 
transmission  standard  deviation,  f,  for  9  months  in 
1966,  is  less  than  1  part  in  10u.  The  GBR  transmitter 
has  been  modified  recently  (British  Post  Office,  1964) 
to  radiate  with  increased  power  under  control  of  an 
atomic  frequency  standard  (Essen,  1965).  The  phase 
stability  of  the  NSS,  VLF  transmitter  has  been  im- 
proved within  the  past  year  by  means  of  automatic 
antenna  tuning  (Williams,  1966),  and  the  U.S.  Navy 
Omega  stations  are  using  Cs  standards  for  primary 
oscillator  control  (U.S.  Navy,  1966).  Since  a  goodly 
part  of  the  standard  deviation  of  reported  daily  fre- 
quency values  at  each  receiving  laboratory  is  attribut- 
able to  transmitter  fluctuation,  one  can  expect  less 
variation  in  the  received  daily  frequencies  in  the  future. 

More  detailed  experiments:  As  Mitchell  (1963) 
pointed  out,  the  present  precision  of  comparing  atomic 
frequency  standards  via  VLF  signals  is  influenced 
also  to  a  large  extent  by  system  measurement  errors 
at  the  receiving  station.  It  is  apparent  that  further 
analysis  of  such  receiving  errors  is  essential  to  added 
gains  in  the  precision  of  VLF  measurements.  Be- 
cause of  the  success  of  the  direct  comparisons  using 
portable  Cs  standards,  we  recommend  long-term 
portable  Cs  standard  experiments  of  a  statistical 
design  to  (a)  determine  the  propagation  effects  limiting 
the  transfer  and  comparison  of  standard  frequencies 
via  VLF/LF  at  various  distances  and  paths,  (b)  analyze 
and  assess  the  receiving  station  error  into  components 
of  primary  and/or  transfer  oscillator  instabilities, 
receiving  equipment  variations  from  the  receiving 
antenna  to  the  comparison  instrumentation,  and  inter- 
nal measurement  errors  in  comparing,  recording,  and 
reducing  the  daily  frequency  observations,  and  (c) 
determine  whether  the  ultimate  precision  of  frequency 
standards  measurements  via  long-distance  radio  paths 
can  be  improved  through  allowance  for  or  prediction 
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Table  k.    Comparison  of  PrequencieE  Derived  from  Radio  Propagation 

and  Porta'cle  Cloc:t  Data 

Frequency  unit  -  1  part  In  10 12 


VLF-LF  DATA 

Portable  a 
Clock  Data 

1965 

1966  (5-6  ma.) 

1965 

1966 

GBR 

HSS 

HWVL/VB 

HSS 

Laboratory 

ni 

\ 

\ 

DI 

Qi 

31 

\ 

Dl 

\ 

CBET 

208 

3 

55 

35* 

-16 

34 

129 

-21 
(WVL) 

31 

114 

-17 

30 

— 

-12 

FOfi 

233 

♦  4 

41 

" 

-- 

- 

- 

- 

*6 

+  2 

LSRE 

308 

♦  9 

76 

197 

-  8 

60 

134 

+19 

36 

-5 

0 

BOB 

320 

♦  40» 

55 

2*3 

*33b 

48 

1*3 

0 

12 

♦6 

-  2 

NPL 

312 

-  4 

49 

15* 

-20 

46 

134 

-  3 
(UUVL) 

40 

106 

-  8 

77 

*23 

-  2 

HRC 

265 

*  5 

56 

163 

0 

(WWVB) 

13 

*  6 

-  4 

ParlB 

Observatory 

65 

♦22 

64 

♦  16 

RBL  (TAO) 

310 

-  2 

89 

*  1 

+  2 

Frequency  data  are  deviations  from  MBS,  i.e.,  MBS  -  Station  standard  (positive  if  NBS  has  the  higher  frequency) 
a    -  (Bodily,  1$65;  Bodily  et  al.,  1966) 
b    -  weighted  mean  standard  (Markowitz,  1962) 

The  column  notation  is  as  follows: 

=.  number  of  daily  frequency  deviations  of  1th  receiving  laboratory  from  NBS 

d.  =  mean  daily  frequency  deviation  of  ith  receiving  laboratory  from  MBS 

=•  standard  deviation  of  daily  deviations 

p    =■  mean  difference  between  UBS  and  ith  receiving  laboratory  as  measured  by  portable  clocks 


of  propagation  influences  as  alluded  to  by  Chilton, 
Crombie,  and  Jean  (1964). 

With  the  improving  state  of  the  art  in  atomic  fre- 
quency standards,  the  possibility  of  establishing  an 
international  atomic  time  scale  as  contemplated  by 
the  CCIR  (1966)  takes  on  new  significance. 


standard  deviations  of  some  VLF  transmissions, 
f,  have  quite  steadily  decreased  to  parts  in  10",  or 
less.  We  recommend  long-term  round-robin  experi- 
ments with  portable  cesium  standards  that  are  de- 
signed specifically  to  delineate  the  propagation  lim- 
itations and  to  analyze  the  receiving  station  errors. 


8.  Conclusion 

The  worldwide  comparison  of  atomic  frequency 
standards  over  the  past  half  decade  has  improved 
several  fold  in  precision.  The  standard  deviations 
characteristic  of  the  receiving  stations,  <*,,  are  of  the 
order  of  a  few  parts  in  10".  The  average  agreement 
between  the  VLF-LF  long-term  measurements  and 
the  portable  Cs  standards  measurements  is  to  parts 
in  1011,  or  less,  as  good  as  the  average  agreement 
within  the  VLF-LF  measurements.  Averaging  of 
daily  frequency  observations  over  long  periods  of 
time  provides  some  improvement  in  the  standard 
deviations  associated  with  the  transmitter  and  the 
receiving  laboratories.  There  is  some  evidence  that 
for  those  path  distances  which  correspond  to  single 
mode  dominance  of  VLF  transmission,  a  linear  de- 
pendence of  precision  on  distance  may  apply;  however, 
further  work  is  necessary  to  substantiate  this.  Var- 
ious VLF  transmissions  are  being  improved,  and  the 
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Abstract — This  paper  describes  an  experiment  designed  to  transfer 
accurate  time  between  two  widely  separated  clocks  using  a  VHF  satellite 
transponder.  The  satellite  used  was  the  NASA  Applications  Technology 
Satellite,  ATS-1.  The  experiment  used  atomic  oscillators  to  maintain  ac- 
curate time  at  each  station,  and  the  synchronization  was  accomplished  by 
measuring  the  round-trip  delay  times  between  the  stations.  The  goal  of  the 
experiment  was  to  evaluate  a  VHF  system,  because  of  the  low-cost  ground 
equipment  involved,  in  contrast  to  microwave  systems.  The  paper  discusses 
the  results  and  the  various  factors  that  contributed  to  the  timing  errors. 


Introduction 

r]pHE  NASA  Applications  Technology  Satellite  (ATS-1 ) 
has  been  used  in  a  series  of  experiments  to  explore  one 
method  of  synchronizing  widely  separated  precision 
clocks.  The  synchronization  was  achieved  by  making  round- 
trip  time  delay  measurements,  via  the  satellite  transponder, 
between  master  and  slave  clock  locations.  Similar  experi- 
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ments  have  been  conducted  [1],  [2]  previously  using  satel- 
lites with  microwave  transponders.  The  present  experiment 
was  conducted  with  the  ATS-1  VHF  transponder.  Although 
the  microwave  frequency  region  is  ideal  from  the  point  of 
view  of  avoiding  atmospheric  signal  distortion,  the  VHF 
system  has  an  advantage  in  that  relatively  simple  and  low- 
cost  ground  equipment  may  be  used.  Synchronization  of  the 
clocks  was  achieved  to  within  a  few  microseconds. 

The  Satellite  VHF  Transponder 

The  NASA  satellite  ATS-1  was  launched  December, 
1966,  in  near  synchronous  orbit.  A  part  of  the  ATS  satellite 
system  is  devoted  to  supporting  experiments  at  VHF.  The 
VHF  repeater  or  transponder  operates  as  a  frequency 
translator.  Signals  received  at  149.220  MHz  with  frequency 
modulation  are  heterodyned  to  an  intermediate  frequency, 
29.95  MHz,  and  then  heterodyned  to  135.600  MHz  for 
retransmission  to  earth.  An  eight-element  phased-array  an- 
tenna system  operating  in  duplex  is  used  for  both  receiving 
and  transmitting,  while  signal  limiting  and  bandwidth  filter- 
ing are  employed  simultaneously  in  the  satellite  signal  chain. 
Because  of  this,  amplitude  modulation  is  not  possible  at 
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Fig.  1 .    Satellite  timing  diagram. 


full  satellite  power  levels  and  the  overall  system  bandwidth 
is  restricted  to  100  kHz.  For  this  experiment  frequency 
modulation  was  employed. 

System  Description 

Fig.  1  shows  the  geometry  of  the  timing  experiment  and 
a  timing  diagram  which  is  used  to  derive  the  equations  neces- 
sary for  the  synchronization.  The  description  here  is  simpli- 
fied to  make  clear  the  general  principles  of  operation.  As 
will  be  described  in  more  detail  in  later  paragraphs  in  this 
section,  the  synchronization  was  initiated  by  transmitting 
1-pps  pulses  from  the  master  station.  For  this  experiment, 
it  was  assumed  that  the  master  and  slave  clocks  did  not 
differ  initially  by  more  than  one  second.  If  this  condition 
had  not  been  met,  then  a  slower  pulse  rate  would  have  been 
used  to  unambiguously  set  the  slave  clock  to  the  master 
clock.  Since  one  of  the  main  considerations  in  the  experi- 
ment design  was  simplicity  of  operation,  particularly  at 
the  slave  site,  the  signal  was  adjusted  in  time  and  transmitted 
from  the  master  station  to  arrive  "on  time"  at  the  slave 
station  with  respect  to  the  slave  station  clock.  This  adjust- 
ment was  achieved  by  maintaining  a  communication  link 
between  the  master  and  slave  stations.  The  operator  at  the 
slave  station  simply  told  the  master  station  operator  to 
either  advance  or  retard  the  transmitted  tick  until  it  ap- 
peared to  arrive  in  coincidence  with  the  slave  clock  tick. 
This  was  done  by  the  use  of  a  voice  channel  over  the  satellite 
or  by  telephone  communication.  The  amount  of  time  by 
which  the  transmitted  pulse  leaving  the  master  transmitter 
must  be  delayed  with  respect  to  the  master  station  clock  to 
arrive  "on  time"  with  respect  to  the  slave  clock  is  desig- 
nated A  in  Fig.  1 . 

By  inspection,  from  the  figure, 

A  =  At  +  (1  -  Tdj.  (1) 

Ar  is  the  time  difference  between  the  master  and  slave 
clocks  and  Td  is  the  one-way  path  delay  from  one  ground 
station,  via  the  satellite,  to  the  other  ground  station. 

After  A  was  determined  and  recorded  at  the  master 
station,  the  slave  station  transmitted  pulses  directly  from 
the  slave  station  clock  without  adjustment.  These  pulses 
arrived  via  the  satellite  at  the  master  station  B  seconds 
late  with  respect  to  the  master  clock.  Again,  by  inspection 
from  the  figure, 
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B  =  At  +  Td.  (2) 

Since  both  A  and  B  were  measured  at  the  master  station, 
the  master  station  operator  could  determine  the  difference 
between  the  master  and  slave  clocks  by  solving  (1)  and  (2) 
simultaneously  to  obtain 

At  =  (A  +  B  -  l)/2.  (3) 

Strictly  speaking,  (3)  holds  only  if  0<At<Td.  In  most 
practical  cases  At  will  be  less  than  Td  (0.25  second)  so  that 
(3)  will  be  applicable.  However,  there  are  two  other  pos- 
sible cases.  If 

Td  <  At  <  1  -  Td, 

then 

At  =  (A  +  B)/2, 

and  if 

1  -  Td  <  At  <  1, 

then 

At  =  (A  +  B  +  l)/2. 

Since  Td  is  approximately  known  in  advance,  it  was  pos- 
sible to  inspect  the  measured  values  of  A  and  B  and  then  to 
select  the  correct  one  of  the  three  possible  cases.  The  actual 
choice  was  easy  because  both  A  and  B  had  to  fit  the  in- 
equality. A  range  of  values  for  A  and  B  was  computed  using 
the  known  range  to  the  satellite. 

Details  of  System  Operation 

Fig.  2  shows  block  diagrams  of  the  master  and  slave 
stations.  As  stated  in  the  previous  section,  synchronization 
is  initiated  by  the  master  station.  The  master  station  trans- 
mits 10-kHz  tone  bursts  that  are  adjusted  in  time  to  arrive 
at  the  slave  station  nearly  coincident  with  the  slave  clock 
pulse.  A  1  -pps  rate  is  used  first  to  avoid  ambiguity.  When  the 
1-pps  pulses  have  been  adjusted  to  arrive  very  nearly  on 
time,  the  pulse  rate  is  increased  to  100  pps.  This  higher  rate 
aids  the  detection  process  and  increases  the  precision  of 
measurement. 

After  it  had  been  established  that  the  pulses  transmitted 
by  the  master  station  were  "on  time"  with  respect  to  the 
slave  clock  at  the  slave  station,  the  direction  of  transmission 
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was  reversed.  The  slave  then  transmitted  its  own  clock  pulse 
to  the  master  without  any  adjustment.  First  a  1-pps  rate 
was  used  and  then  a  100-pps  rate.  The  master  then  mea- 
sured the  quantity  B,  which  was  the  difference  between  the 
arrival  of  the  slave  time  tick  and  the  master  clock. 

At  both  master  and  slave  stations,  the  "clocks"  consisted 
of  coherent  100-pps  and  1-pps  dividers  driven  by  an  atomic 
standard.  The  digital  clock  output  was  used  to  trigger  a 
sine-wave  tone  burst  generator  which  in  turn  frequency 
modulated  the  transmitter.  The  tone  burst  started  at  zero 
phase  and  lasted  for  one-half  second  or  5  milliseconds, 
depending  on  the  pulse  rate  chosen. 

Because  the  bandwidth  of  the  system  would  not  transmit 
the  necessary  spectrum  to  reproduce  the  start  of  the  tone 
burst  without  distortion,  the  actual  time  "mark"  used  was 
the  start  of  the  third  cycle  of  the  burst.  The  first  cycle  was 
easy  to  see  and  the  operator  simply  counted  zero  crossings 
to  find  the  third  cycle. 

The  equipment  delays  at  each  station  were  measured  by 
converting  a  sample  of  the  transmitter  output  to  the  re- 
ceiver frequency  using  a  broad-band  mixer.  In  this  way, 
using  the  modulation  format  of  the  timing  system,  the  com- 
bined transmitter-receiver  delay  could  be  measured.  Next 
the  transmitter  was  driven  by  the  tone  burst  generator  and 
a  sample  was  again  converted  with  a  broad-band  mixer  to  a 
reasonably  low  frequency  for  direct  display  of  the  frequency 
modulation  on  an  oscilloscope.  The  receiver  and  trans- 
mitter delays  could  then  be  separated.  Based  upon  equip- 
ment delay  measurements  made  over  periods  of  several 
days,  it  was  concluded  that  the  variability  is  +2  fis.  The 
actual  delay  was  about  150  us  for  each  set  of  equipment 
used.  ' 

The  time  coincidence  detector  used  in  this  experiment  was 
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a  triggered  oscilloscope.  The  station  clock  was  used  to 
trigger  the  sweep  and  the  receiver  video  output  was  dis- 
played. Prior  to  each  run,  the  time  bases  of  the  oscillo- 
scopes were  calibrated  using  the  atomic  standard  divided 
output. 

Sources  of  Error 

1.  Equipment  Delay  Measurements 

In  the  derivation  of  the  timing  equations  in  a  previous 
section,  no  mention  was  made  of  equipment  delays.  If  it 
can  be  assumed  that  the  equipment  delays  from  master 
to  slave  and  slave  to  master  are  equal,  then  the  equations 
as  derived  are  valid,  since  the  equipment  delays  can  be 
assumed  to  be  included  in  the  term  Td.  In  fact,  the  delays 
are  not  identical,  and  the  measurements  must  be  corrected 
for  these  delays  before  the  equations  can  be  applied.  As 
previously  mentioned,  the  variability  was  found  to  be  ±2 
/as,  and  the  magnitude  of  the  equipment  delay  for  one  trans- 
mitter-receiver set  was  about  1 50  fis. 

2.  Signal-to-Noise  Considerations 

There  will  be  a  certain  amount  of  error  due  to  the  fact 
that  the  signal  is  received  in  a  noisy  environment.  Table 
I  gives  a  signal-to-noise  calculation  which  typifies  the  down 
link  operation. 

The  rms  jitter  in  the  arrival  time  of  a  zero  crossing  of 
the  signal  is 

rmSjittCr  =  (W^ 

where  tr  is  the  period  of  the  modulation  and  S/N  is  the 
signal-to-noise  power  ratio.  Substituting  the  appropriate 
values  into  this  equation,  we  obtain 
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TABLE  I 
Signal-to-Noise  Calculation 


Down  link 

Satellite  transmitter  power,  dBW 
Satellite  antenna  gain,  dB 
Ground  station  antenna  gain,  dB 
Space  attenuation,  dB 

Received  power 

Noise  temperature,  dB 
Boltzmann's  constant,  dBW 
Bandwidth  (30  kHz),  dB 

Received  noise  power 

Carrier-to-noise  ratio,  dB 
FM  improvement,*  dB 
Signal-to-noise  ratio,  dB 


135.6  MHz 

16.0 
9.0 
10.0 
167.0 


-132.0  dBW 

30.0 
-228.6 
44.8 


-153.8  dBW 

21.8 
4.8 
26.6 


*  For  10-kHz  deviation  and  10-kHz  modulation. 


rms  jitter  ~ 


100  ps 
(457)1/2 


=  5  ps 


on  the  zero  crossings  of  the  10-kHz  tone  bursts.  This  calcu- 
lation assumes  that  the  S/N  ratio  received  at  the  satellite 
is  sufficient  for  the  transponder  to  retransmit  a  clean  signal 
at  its  maximum  output  of  40  watts.  A  calibration  was  run 
to  determine  how  much  effective  radiated  power  from  the 
ground  station  was  required  to  obtain  a  clean  satellite  signal . 
On  the  basis  of  this  test  it  was  determined  that  an  effective 
radiated  power  of  2500  watts  was  sufficient  to  obtain  full 
signal  power  from  the  satellite. 

3.  Faraday  Rotation 

Because  of  the  presence  of  the  earth's  magnetic  field,  the 
ionosphere  is  a  birefringent  medium  which  causes  a  linearly 
polarized  wave  to  split  into  two  elliptically  polarized  com- 
ponents with  opposite  senses  of  rotation.  As  a  result  of  this 
splitting,  a  linearly  polarized  signal  changes  its  orientation 
as  it  passes  through  the  ionosphere  so  that  there  is  no 
assurance  that  maximum  signal  will  be  received  at  either  the 
satellite  or  ground  receiving  antennas  simply  by  aligning 
the  transmitting  and  receiving  antennas.  In  principle,  it  is 
possible  to  calculate  the  amount  of  rotation  if  the  electron 
content  and  the  earth's  magnetic  field  are  known  along  the 
propagation  path.  In  practice,  it  is  easier  to  either  rotate  the 
ground  transmitting  and  receiving  antennas  until  maximum 
signal  is  received  or  to  use  circularly  polarized  ground  trans- 
mitting and  receiving  antennas.  Both  techniques  were  used 
in  this  experiment.  The  error  introduced  by  the  Faraday 
rotation  is  indirect  in  the  sense  that  the  effect  is  as  though 
the  satellite  transmitter  power  has  been  reduced. 

4.  Amplitude  and  Phase  Scintillations 

Amplitude  and  phase  scintillations  on  the  timing  signals 
are  due  to  the  presence  of  irregularities  in  the  refractive 
index  of  the  ionosphere  which  move  between  the  signal 
source  and  the  observer.  Generally,  the  period  of  the  scintil- 
lations is  of  the  order  of  minutes.  By  amplitude  scintillations 
it  is  meant  that  the  signal  appears  to  fluctuate  in  brightness, 
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whereas  for  phase  scintillations  it  is  meant  that  the  location 
(or  angle  of  arrival  of  the  signal)  appears  to  change  with  time 
[3].  In  general,  both  of  these  effects  are  related  to  phase  dis- 
tortion of  the  signal.  That  is,  the  phase  front  of  the  signal  is 
distorted  in  the  region  of  the  ionosphere  containing  the 
irregularities.  As  the  signal  propagates  away  from  this  re- 
gion, the  distorted  wave  interferes  with  itself  to  produce 
amplitude  modulation  of  the  signal  which  is  a  function  of  the 
distance  from  the  irregularities  and  upon  the  amount  of 
initial  phase  distortion  at  the  irregularities.  Typically,  at 
100  MHz  at  medium  latitudes,  the  amplitude  fading  (when 
it  is  present)  is  about  10  percent  of  the  mean  signal  strength, 
which  will  cause  no  particular  problem  for  timing  experi- 
ments [4].  However,  on  some  occasions,  particularly  at 
either  high  or  low  latitudes,  the  signal  fluctuations  could  be 
considerably  greater  and  could  possibly,  on  some  rare 
occasions,  render  the  system  inoperable.  The  phase  scintil- 
lations introduce  path  length  fluctuations  which  at  most 
would  not  amount  to  more  than  a  few  centimeters  (1  km 
~3  ^s),  which  is  negligible  from  the  point  of  view  of  this 
timing  system. 

5.  Ionospheric  Absorption 

In  the  scintillations  discussed  above,  there  is  no  net  loss 
of  energy,  just  a  redistribution.  However,  the  ionosphere 
could  also  produce  a  true  absorption,  particularly  at  times 
of  solar  disturbances.  But  observations  [5]  indicate  that, 
at  100  MHz,  under  even  the  most  disturbed  conditions, 
the  absorption  should  not  exceed  1  dB. 

6.  Path  Nonreciprocity  Effects 

An  explicit  assumption  for  the  proper  operation  of  the 
system  is  that  the  electromagnetic  path  between  the  master 
and  slave  stations  is  reciprocal.  Strictly  speaking  for  ATS-1 , 
this  assumption  is  not  correct,  for  the  following  three 
reasons. 

1)  The  up  and  down  links  to  the  satellite  differ  by  13.62 
MHz  so  that  there  will  be  some  differential  delay  due 
to  the  slight  difference  in  group  velocities  at  these  two 
frequencies.  However,  we  estimate  that  with  reason- 
ably normal  ionospheric  conditions,  this  difference 
should  not  exceed  0. 1  fis. 

2)  ATS-1  is  not  in  an  absolutely  synchronous  orbit.  How- 
ever, the  amount  of  error  introduced  by  the  satellite 
motion  during  the  few  minutes  required  for  clock 
synchronization  does  not  exceed  1  ps  in  the  worst 
case  [6]. 

3)  The  amount  of  delay  in  the  satellite  itself  is  of  no  con- 
sequence as  long  as  it  does  not  change  appreciably 
during  the  course  of  the  clock  synchronization.  Ex- 
periments conducted  prior  to  the  launch  indicate  that 
the  satellite  delay  should  be  stable  in  this  respect  to 
0.1  /xs  or  less  [7]. 

Observations 

Experiments  were  conducted  for  a  10-day  period  during 
June  and  July  of  1967.  Signal  exchanges  were  made  be- 
tween the  NASA  STADAN  field  site  near  Barstow,  Calif., 
and  stations  located  at  the  WWVH  site  at  Maui,  Hawaii, 
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the  NBS  Laboratories  at  Boulder,  Colo.,  and  a  satellite- 
tracking  station  at  Gunbarrel  Hill,  operated  by  the  U.  S. 
Environmental  Science  Services  Administration,  about  10 
miles  north  of  Boulder.  Two  independent  sets  of  equip- 
ment were  located  in  the  same  room  at  Boulder.  To  check 
the  accuracy  of  the  procedure,  portable  cesium  clocks 
which  were  checked  prior  to  and  after  the  experiments 
were  located  at  the  NBS,  ESSA,  and  Maui  sites.  In  addition, 
a  crystal  clock  was  available  at  the  STADAN  site.  Several 
different  kinds  of  comparisons  were  made.  For  example,  by 
exchanging  signals  between  Maui  and  STADAN  the  dif- 
ference between  the  STADAN  crystal  and  Maui  cesium 
clocks  was  determined.  At  the  same  time,  however,  the 
Boulder  sites  could  monitor  this  exchange.  A  few  minutes 
after  the  STADAN-Maui  exchange,  a  STADAN-Boulder 
exchange  was  made  to  determine  the  difference  between  the 
STADAN  and  Boulder  clocks.  In  the  meantime,  these 
exchanges  were  being  monitored  at  Maui.  By  comparing 
the  difference  between  the  STADAN  and  Boulder  clocks 
and  between  the  STADAN  and  Maui  clocks,  it  was  possible 
to  determine  the  difference  between  the  Maui  and  Boulder 
clocks  with  the  STADAN  clock  as  an  intermediary.  It 
might  be  objected  at  this  point  that  some  error  could  arise 
because  of  the  fact  that  the  STADAN  station  did  not  have 
a  cesium  clock ;  but  since  the  complete  set  of  signal  ex- 
changes occurred  in  a  few  minutes  of  time,  the  amount  of 
drift  in  the  crystal  clock  was  negligible.  Table  II  gives  the 
results  of  various  intercomparisons.  The  accuracy  shown  is 
the  average  of  the  absolute  value  of  the  time  difference  for 
all  observations.  The  standard  deviation  is  given  as  the 
error. 

The  values  given  in  Table  II  were  obtained  by  comparing 
the  measured  difference  determination  via  the  satellite  with 
the  known  clock  differences.  The  difference  between  the 
cesium  clocks  was  known  to  within  one-half  microsecond 
at  all  times  during  the  experiment.  Earlier,  the  rms  phase 
jitter  of  the  zero  crossing  was  calculated  to  be  about  5  [is. 
For  almost  all  of  the  observations,  visual  inspection  of  the 
oscilloscope  trace  indicated  a  peak-to-peak  jitter  of  about 
15  (is.  From  the  tabulation  of  the  data  we  see  that  the  ac- 
curacy of  all  intercomparisons  was  about  4  +  2  (is.  Thus, 
the  measured  and  computed  results  are  in  good  agreement. 
Even  though  the  signals  showed  a  large  peak-to-peak  jitter, 
it  was  possible,  by  observing  the  trace,  to  estimate  the  aver- 
age arrival  time  to  within  a  few  microseconds.  In  fact, 
recalling  that  equipment  delay  measurements  had  a  varia- 
tion of  ±2  fis,  it  is  apparent  that  one  can  estimate  the  aver- 
age arrival  time  with  good  precision. 

Another  interesting  fact  is  that  the  accuracy  of  the  clock 
setting,  within  the  precision  of  the  measurements,  does  not 
depend  upon  the  geographical  clock  separation.  This  is  not 
particularly  surprising  since  the  round-trip  distance  from 
slave  to  master  station  via  the  satellite  does  not  depend  very 
strongly  upon  the  distance  between  the  master  and  slave 
stations. 

Finally,  the  comparisons  between  Boulder  and  Maui  via 
STADAN  are  as  accurate  as  any  of  the  others,  although  an 
extra  measurement  step  is  involved.  We  attribute  this  to  the 
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TABLE  II 


Locations 

Accuracy, 

Number  of 
Observations 

RmilHpr  ^TAHAM  Maui 

c 

J 

Boulder-Gunbarrel  Hill 

4.1  +  1.8 

8 

Boulder-Maui 

4.0  +  2.6 

4 

Boulder-Boulder 

3.0  +  2.8 

4 

fact  that  better  receivers  and  higher  gain  antennas  are  avail- 
able at  the  NASA  STADAN  site  so  that  the  signal  jitter  is 
less  than  that  observed  at  the  other  stations. 

Conclusions 

A  synchronous  satellite  (ATS-1)  containing  a  VHF  trans- 
ponder has  been  used  to  synchronize  widely  spaced  clocks 
to  a  few  microseconds.  The  techniques  involved  exchanging 
radio  timing  signals,  via  the  satellite,  between  the  locations 
of  the  clocks  to  be  synchronized.  An  analysis  is  made  of 
the  various  factors  which  might  affect  the  accuracy  of  the 
system  and  it  is  concluded  that  the  predominant  errors  were 
probably  related  to  variations  in  equipment  delays  and  to 
fundamental  limitations  based  upon  signal-to-noise  calcu- 
lations. Although  the  signals  were  in  the  VHF  region,  the 
ionospheric  perturbations  of  the  signals  produced  errors 
which  were  negligible  compared  with  other  error  sources 
in  the  system;  and  it  appears  that  these  ionospheric  errors 
did  not  exceed  one  microsecond.  However,  with  more 
sophisticated  equipment  and  stronger  signals  from  the 
satellite,  it  is  probable  that  ionospheric  limited  synchroniza- 
tion could  be  achieved. 
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This  report  shows  the  possibilities  of  clock  synchronization  using  time  signals 
transmitted  at  low  frequencies.  The  study  was  made  by  observing  pulses 
emitted  by  HBC  (75  kHz)  in  Switzerland  and  by  WWVB  (60  kHz)  in  the 
United  States. 

The  results  show  that  the  low  frequencies  are  preferable  to  the  very  low 
frequencies.  Measurements  show  that  by  carefully  selecting  a  point  on  the 
decay  curve  of  the  pulse  it  is  possible  at  distances  from  100  to  1000  kilo- 
meters to  obtain  time  measurements  with  an  accuracy  of  ±40  microseconds. 

A  comparison  of  the  theoretical  and  experimental  results  permits  the  study 
of  propagation  conditions  and,  further,  shows  the  desirability  of  transmitting 
seconds  pulses  with  fixed  envelope  shape. 
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I.  INTRODUCTION 

For  several  years  the  phases  of  VLF  and  LF  carriers 
of  standard  frequency  transmitters  have  been  monitored 
to  compare  atomic  clocks.1-2'3 

The  24-hour  phase  stability  is  excellent  and  allows 
frequency  calibrations  to  be  made  with  an  accuracy  ap- 
proaching 1  x  10-11.  It  is  well  known  that  over  a  24- 
hour  period  diurnal  effects  occur  due  to  propagation 
variations.  Fig.  1  shows  this  effect  over  a  24-hour  period 
relatively  small  for  LF  at  medium  distances. 

While  this  method  is  adequate  for  frequency  com- 


r 


Figure  1  —  (Top)  Diurnal  phase  variation  of  HBC; 
>  (Bottom)  Diurnal  phase  variation  of  CBR. 


parisons  of  atomic  clocks,  it  does  not  suffice  for  clock 
synchronization  (epoch  setting).  Presently,  the  most 
accurate  technique  requires  carrying  portable  atomic 
clocks  between  the  laboratories  to  be  synchronized.  No 
matter  what  the  accuracies  of  the  various  clocks  may  be, 
periodic  synchronization  must  be  provided.  Actually 
the  observed  frequency  deviation  of  3  x  10~12  between 
cesium  controlled  oscillators  amounts  to  a  timing  error 
of  about  100T  microseconds,  where  T,  given  in  years, 
is  the  interval  between  synchronizations. 

Another  approach  is  to  effect  synchronization  by 
means  of  HF  time  signals  (3-30  MHz).  Such  signals  are 
usually  provided  by  carrier  modulation  for  a  short  in- 
terval at  a  frequency  near  1  kHz  (Fig.  2).  Epoch  is 
obtained  by  observing  the  time  of  a  significant  point, 
say  the  first  maximum  of  the  modulation  pulse. 


Figure  2  —  High  frequency  time  signals. 


*  This  work  was  performed  before  Mr.  Andrews'  retirement  from 
the  National  Bureau  of  Standards,  Boulder,  Colo. 
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Photo  1  —  Boulder,  8  April,  1967,  8H  (U.T.) 


Clearly,  for  high  frequencies,  the  shape  of  the  re- 
ceived modulation  signal  depends  neither  upon  the 
antenna  characteristics,  nor,  in  general,  upon  the  re- 
ceiver characteristics.  But,  propagation  conditions 
change  the  effective  path  length,  and  variations  in  arri- 
val time  of  the  pulse  may  reach  hundreds  of  micro- 
seconds. 

The  daily  phase  stability  at  LF  (Fig.  1),  indicates 
that  a  single  mode  of  propagation  is  dominant  at  500 
km.  It  would  appear,  then,  that  low  frequencies  are 
suitable  for  transmitting  time  signals.  The  low  frequen- 
cies, however,  cannot  utilize  modulation  like  that  used 
at  HF  because  the  high  antenna  "Q"  strongly  affects 
the  desired  modulation  shape.  The  receiver  system  will 
also  degrade  the  modulation  envelope. 

The  system  studied  utilizes  carrier  modulation  by  a 
square  pulse,  which  undergoes  some  degradation  by  the 
transmitter  tuning  system.  The  antenna  tuning  and  its 
"Q"  depend  upon  weather  conditions  so  that  the  ra- 
diated pulse  varies  in  the  course  of  time. 

The  pulse  is  further  distorted  by  the  receiver.  Photo 
1,  made  of  WWVB  in  Boulder,  shows  a  typical  en- 
velope. The  length  of  the  decay  time  (about  2  ms) 
with,  respect  to  the  desired  accuracy  makes  it  difficult 
to  define  a  suit  ble  "timing"  point. 

Ideally  one  could  find  the  exact  analytical  expression 
for  the  complete  envelope  and  by  comparison  with  ex- 
perimental results  define  the  arrival  time.  Such  an 
approach  is  not  feasible  with  present  transmitting  con- 
ditions. 

The  purpose  of  this  work  has  been  to  select  and 
measure  a  suitable  "timing"  point.  A  precision  of  ±40 
microseconds  is  assured  by  the  system  here  proposed. 
In  Brussels,  for  example,  this  method  has  provided 
time  synchronization  with  this  accuracy,  and  frequency 
measurements  on  a  yearly  basis  were  in  error  by  less 
than  7  parts  in  1012.  These  results  were  obtained  using 
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a  quartz  clock.  The  economic  appeal  of  this  method  is 
strong  since  the  synchronizing  equipment  can  be  set 
up  for  a  few  hundred  dollars  and  gives  results  com- 
parable to  those  obtained  using  atomic  clocks  costing 
from  $10,000.00  to  $20,000.00. 

Improvements  in  emission,  particularly  in  the  trans- 
mitted envelope  shape,  coupled  with  synchronization 
between  transmissions  at  LF  and  VLF  would  permit 
synchronization  to  the  order  of  a  microsecond,  if  the 
path  delay  is  known. 

In  conclusion,  we  note  that  this  accuracy  is  actually 
attained,  in  a  restricted  area  (East  Coast  U.S.A.)  with 
the  Loran-C  navigation  system  using  a  low  fre- 
quency.4'6-6 It  would  be  very  interesting,  in  view  of 
the  Loran-C  results  and  some  of  the  aforesaid  con- 
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Figure  3.  —  Simplified  block  diagram  of  a  transmitter. 


siderations,  to  build  a  transmitter  solely  devoted  to 
synchronization  and  which  does  not  have  the  draw- 
backs of  Loran-C,  namely,  difficulty  in  pulse  identifica- 
tion and  pulse  repetition  rate,  and  inadequate  coverage 
except  in  Eastern  United  States. 
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II.    EMISSION  OF  TIME  SIGNALS 


A  transmitter  is  shown  schematically  in  Fig.  3,  in- 
cluding the  waveshapes  resulting  in  the  final  radiated 
signal. 

At  low  power,  the  carrier  is  amplitude  modulated  by 
a  rectangular  pulse.  The  resulting  signal  is  then  ampli- 
fied to  the  required  power,  about  30  kilowatts,  and 
coupled  through  a  transmission  line  to  a  resonant  an- 
tenna. 

Characteristics  of  the  transmitters  studied  are  given 
in  Table  I. 


TABLE  1 

Transmitter 

HBG 

WWVB 

Location  *[7] 

Prangins  (Switzerland) 

Fort  Collins  (USA) 

46°N 

40°40.5'N 

6°N 

105°  2.5'E 

Frequency 

75  kHz 

60  kHz 

Power 

20  kW 

13  kW 

Carrier  frequency 

AT  (1) 

AT  (1) 

Phase  control 

No 

Yes 

Time  Signal  System 

UTC  (2) 

SAT  (3)  ■ 

Modulation 

Carrier  cut-off 

WWVB  Time  Code 

Characteristics 

each  second  (4) 

til] 

Figure  4. 


(1)  AT  =  atomic  time  [7] 

(2)  UTC  =  coordinated  universal  time  [7] 

(3)  UTC  is  approximated  by  AT  with  200-ms  steps 

(4)  The  minute  is  identified  by  two  successive  100-ms  carrier  cut-offs 
separated  by  100  ms. 

*  Numbers  in  brackets  refer  to  references. 


To  calculate  the  envelope  shape  it  is  hardly  possible 
to  consider  in  detail  all  the  electronic  circuits  of  the 
transmitter  and  receiver.  The  following  simplifying 
hypotheses  are  made: 

a.  The  transmitter  and  receiver  are  linear  amplifiers 
with  tuned  RLC  circuits. 

b.  The  envelope  shape  remains  unchanged  for  the 
propagation  mode  considered. 

The  most  important  results  are  contained  in  the 
remainder  of  the  report.  Details  of  the  calculations 
involving  Laplace  transforms  may  be  found  in  Chaslain's 
paper.8 

III-l.    Response  of  circuits  tuned  to  different  frequencies 
to  a  single  pulse 

The  driving  modulation  signal  v(t)  is  shown  in  Fig. 
4,  where 


v(t)  =  u(t)  =1 
=  0 


0  <  t  <  t0 
t  <  0,  t  >  t0 


The  theoretical  response  for  three  circuits  in  series  is 
given  by: 


III.    THEORETICAL  ENVELOPE  SHAPE 


,         /3    \  |     pi      —  flit  ^.^  .  . 
While  the  low  power  driving  signal  is  basically  a  3^  '  —  LiL2L3  )•  — i  rjiCi 

square  wave,  this  is  not  true  for  the  emitted  signal,  nor 

for  the  received  signal.   The  modulated  signal  is  dis-  3     pi      — /Xj(t— 10)  .    r    ,        .  ,     -■    ,  . 

.....  6         .  _   v     — e  sin  I i?i(t— 10)  +»iju(t— 10) 

torted  both  by  the  electronic  circuits  in  the  transmitter  _  ^  77^1 


i=l 


and  receiver  and  also  by  propagation  of  the  electro- 
magnetic waves  through  the  ionosphere.  ^  1  J. 
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where  cm,  L!;  Ri  refer  to  the  frequency,  inductance,  and 
resistance  of  the  ith  circuit,  and  where 


Pi 
Ci 


V  [(<1)12  +  2uti12)81  +2/i1i?1y1]2  +  [8i(<oi2  +  2/ii2)  -2/ii77i81]: 
(A112  +  BiJ2)(Alk2  +  Bik2)(l-£jk) 
j=k 


Q <OiLi  „ 


2Qi 

Aij  =  (<oj2-a)i2)  +2jLCi  (fMi-JAj) 
Bij  =  Irj^jXi-IX^ 

Si  =  ( AijAik— BijBik)  ( 1  —  ejk) 
7i  =   AjjBik+AikBij)  (l-£jk) 

yi(<Oi2  +  2^i2)  -2^,7;^! 


V  (t) 
A 

(A-C) 


tgfi 


Si(<oi2  +  2/ii2)  +2Jai7?iyi 


III-2.    Jte^y  o/  the  effects  on  a  carrier  amplitude 
modulated  with  a  square  wave. 

The  signal  to  be  transmitted  is  shown  in  Figure  5 
and  is  given  by: 

v(t)  =  A  sin  <a t— c  sin  o)  tu(t— 10)  , 

where  u  is  the  previously  defined  modulation  signal. 

For  n  circuits  in  series  tuned  to  the  same  frequency, 
their  behavior,  during  carrier  suppression,  is  given  by: 


Figure  5. 


itf(t)  = 


kA 


2"   7T  (/^Li) 

i  =  l 


|sino)t  —  —j^ 


n 

sin  cot  —  2 


-flit 


i=l 


Vi  n 


Ii(t-t0)  Ju(t-t0)  j- 

with  the  symbols: 

I-i(t-t0)  =—  <<jPisin  [>7i(t— 10) 
<o  ( 


j  =  l 


Pi 


— {X\  sin  <ot0  sin  tji 


l(t-to)} 


tg^i  -tg<ot0 


sin-  cot0 


If  the  beginning  of  the  pulse  is  synchronized  with  the 
carrier  and  if  4Qi2  >  >  1,  we  get 


n 

1  -  2  e 
i=l  n 

j  =  l 


2Qi 


Figure  6.  —  Envelope  shape  versus  distance  between  trans- 
mitter and  receiver. 
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Figure  7.  —  Envelope  shape  versus  distance  between  trans- 
mitter and  receiver. 
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Figure  8.  —  Curve  a:  Ground  wave.  Curve  b:  Wave  reflected 
once  at  an  altitude  of  70  km.  Curve  c:  Linear  regression 
curve. 


III-3-  Remarks. 

1.  In  assuming  a  simplified  model  composed  of  two 
tuned  circuits,  one  for  the  transmitter  and  the  other 
for  the  receiver,  we  obtain  a  response  curve  which 
immediately  shows  several  discrepancies.  For  instance, 
it  is  very  reasonable  for  the  "Q"  of  the  transmitting 
antenna  to  vary  by  10%  due  to  atmospheric  changes. 
In  this  case,  for  realistic  conditions,  time  variations  for 
fractional  amplitudes  between  0.5  and  1.0  are  given 
in  Figure  13. 

This  graph  seems  to  show  that  it  should  be  possible 
to  synchronize  at  the  beginning  of  the  time  pulse.  But 
experimentally  this  cannot  be  done  precisely  due  to  the 
slow  rate  of  change  of  amplitude  at  the  beginning  of 
the  pulse.  The  amplitude  decreases  by  0.5  %  during  the 
first  100  microseconds  and  only  3%  during  the  first 
200  microseconds. 

2.  The  expression  -j  2  J-  points  out  that  the  time  tick 
must  be  locked  to  the  carrier  if  distortion  is  to  be 
avoided. 

IV.    ENVELOPE  MEASUREMENTS 

IV.-l.  Receivers. 

Reception  conditions  for  transmissions  from  HBG 


and  WWVB  are  different.  Time  pulses  from  HBG 
were  received  at  Brussels,  a  distance  of  506  km,  under 
high  noise  level  conditions,  whereas  time  signals  from 
WWVB  were  usually  received  at  Boulder,  a  distance 
of  78.2  km,  and  at  all  times  under  low  noise  conditions. 
Two  different  receivers  were  constructed  having  the 
following  characteristics  shown  in  Table  II. 


TABLE  II 

Receiver 
Brussels  [9]  U.S.A. 
75  kHz  60  kHz 

650±20,aV/m  35mV/m 


Frequency 
Field  Strength 
Antenna 


General  Char- 
acteristics 


Resonant 
Impedance 

"Q" 


Preamplifier  Gain 


Receiver 


Voltage  Ampli- 
fication 

Output 
Impedance 

Gain 

Voltage  Ampli- 
fication 

"Q" 


Ferrite  Tube 
Phillips 
56.261.36/3  B 


23.5  kfi 
50 

56  dB 
30 

2.5  kfi 

46  dB 
1500 

Variable 
between  100 
and  300 


Tuned  Loop 
Primary: 
25  turns 
Secondary: 
6  turns 

50  kfi 


22 

39  dB 
11 

0.5  kn 

43  dB 
420 

22 


IV-2.    Measuring  systems. 

The  first  problem  is  to  minimize  the  effects  of  short 
term  random  fluctuations  due  to  propagation,  of  man- 
made  noise,  and  of  interference  from  transmitters  with 
carrier  or  side-band  frequencies  near  the  useful  signal. 
The  observed  signal-to-noise  ratio  usually  lies  between 
5  and  20.  Visual  observation  of  the  seconds  pulses  gen- 
erally does  not  give  an  accuracy  better  than  several 
hundred  microseconds  for  time  comparison. 

The  accuracy  was  improved  by  photographically 
superimposing  many  successive  time  pulses.  It  is  clear 
that  this  technique  requires  the  phase  between  the  re- 
ceived signal  and  the  local  reference  to  remain  constant 
during  the  integrating  time.  Thus  a  compromise  be- 
tween the  signal-to-noise  ratio  and  the  desired  accuracy 
was  necessary. 

Thus,  the  higher  the  receiver  "Q"  the  better  the  sig- 
nal-to-noise ratio,  but  the  pulse  rise-time  increases  and 
lowers  the  accuracy.  This  compromise  has  determined 
the  "Q"  of  the  receivers. 
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Photo  2  —  Brussels,  19 
June,  1967,  1605H 
(U.T.).  Sweep:  10 
jU,s/em;  number  of 
pulses:  60. 


0  50  100  /US 

At  Brussels,  the  envelope  of  HBG  was  determined 
by  measuring  the  amplitudes  at  selected  points  on  the 
curve.  This  accomplished  by  photographically  super- 
imposing several  cycles,  selected  with  a  variable  delay 
line  from  a  number  of  consecutive  pulses. 

For  calibration  purposes  the  maximum  amplitude  is 
also  recorded  on  the  photograph  (Photo  2).  The  meas- 
urement precision  of  the  relative  value  lies  between 
0.005  and  0.03. 

In  the  United  States,  with  a  better  signal-to-noise 
ratio,  the  entire  envelope  was  recorded  on  a  single 
photograph.  The  amplitude  was  measured  to  a  preci- 
sion of  from  0.002  to  0.008. 

Later  in  the  report,  Figure  15  shows  the  timing  error 
versus  an  amplitude  measurement  error  of  0.01.  As 
might  reasonably  be  expected,  the  function  shows  a 
minimum. 

V.    EXPERIMENTAL  RESULTS 

V-l.    Study  of  transmission  characteristics. 

It  was  desirable  to  confirm  the  correspondence  be- 
tween the  theoretical  model  and  the  radiated  signal,  for 
it  would  be  useless  to  study  the  model  if  there  was  a 
substantial  difference  in  the  radiated  signal. 

Moreover,  this  approach  allows  the  transmission  char- 
acteristics to  be  considered  as  initial  data. 

For  HBG,  the  proximity  of  other  more  powerful 
transmitters  has,  for  now,  prevented  measurements  on 
the  antenna.  On  the  other  hand,  complete  measure- 
ments have  been  made  for  WWVB. 

It  was  first  noted  chat  the  emitted  signal  had  a  rather 
complex  waveform.  For  the  first  3  milliseconds,  the 
decay  was  exponential,  agreeing  with  the  mathematical 
model.  Then  between  3  and  100  milliseconds  an  over- 
shoot, followed  by  a  damped  oscillation,  occurred  which 
was  probably  attributable  to  the  transmission  line  and 
antenna  matching  system.  Hereafter  the  study  is  limited 
to  the  first  period. 

Measurements  on  the  low-power  driving  signal  show 
a  small  amplitude  modulation  (±2%)  and  a  slight 
frequency  modulation,  and  they  also  show  that  the  time 
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required  for  the  signal  to  reach  the  reduced  level  was 
in  the  order  of  35  microseconds.  In  addition,  a  slight 
overshoot  was  observed.  Despite  these  defects  this 
signal  can  be  satisfactorily  represented  by  a  square  wave 
for  mathematical  analysis. 

The  antenna  current  was  then  investigated  using  an 
untuned  loop  coupled  to  the  antenna  ground  lead,  the 
signal  from  which  was  observed  directly  on  an  oscillo- 
scope. The  envelope  of  the  signal  agreed  with  the 
theoretical  one  except  for  a  parasitic  damped  oscilla- 
tion at  4  kHz  with  an  amplitude  of  0.02  and  decay 
time  of  310  microseconds. 

The  radiated  signal  in  the  immediate. vicinity  of  the 
transmitting  antenna  was  studied  using  the  WWVB 
receiver  and  a  5  cm  whip  antenna.  The  envelope  of 
the  signal  agreed  with  theory  for  a  receiver  having  a 
"Q"  of  22.  The  damped  oscillation  was  quenched  by 
the  receiver  filter. 

A  comparison  of  the  two  envelopes  showed  non- 
linearities  of  the  oscilloscope  and  receiver  of  less  than 
1%  and  2%,  respectively. 

The  measurements  make  possible  an  estimation  of 
the  parameters  for  the  theoretical  formulas  using  the 
Ieast-sauares  method  of  fitting  curves  to  the  experi- 
mental data.10 

The  values  obtained  are  shown  below  in  Table  III. 


TABLE  III 


By  Receiver  with  5  cm 

From  Antenna  Current 

Whip  Antenna 

t. 

27  ±  20  its 

30  ±  35  its 

205  +  5 

200  ±5 

A- 

0.90  ±  0.02 

0.91  ±  0.02 

0 

22  ±3 

^adapt 

0.0065 

0.0065 

exp 

0.003 

0.003 

The  relationship  used  was  formula  <(  3  i-  with  n  =  2, 
f»<iapt  =  standard  deviation,  o-exp  =  standard  deviation, 
all  estimated  from  measurement  conditions. 

These  measurements  emphasize  the  agreement  be- 
tween observed  and  predicted  envelope  shape.  They 
also  show  whether  the  observed  anomalies  are  liable  to 
affect  the  overall  accuracy  of  the  measurements. 

V-2.    Study  of  receiving  conditions. 

Since  the  transmission  data  for  HBG  were  not  known 
accurately,  better  results  were  obtained  from  WWVB 
as  received  at  Boulder,  78.2  km  distance. 

Early  measurements  revealed  that  the  waveshape 
received  in  Boulder  varied  with  time.  This  was  in  dis- 
agreement with  the  theory,  particularly  for  amplitudes 
between  1.0  and  0.8.  (Deviations  are  as  much  as  0.05 
with  a  measurement  precision  of  0.003.) 

These  data  show  that  it  is  necessary  to  consider  the 
received  signal  as  a  composite  of  several  propagation 
modes.  On  the  other  hand,  the  carrier  phase  stability 
is  such  that,  during  the  day,  the  same  propagation  mode 
prevails. 
18 


Figure  9.  —  Vector  diagrams  for  envelope  shape. 
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Figure  10.  —  Variations  of  envelope  shape  for  a  24-hour  period 
at  Boulder. 

The  hypothesis  is  then  made  that  propagation  occurs 
with  two  modes,  one  of  which  predominates,  the  other 
possibly  being  present.  This  hypothesis  was  then  tested 
to  see  if  it  was  in  agreement  with  the  observations  and, 
if  so,  to  determine  the  dominant  mode  and  the  occur- 
rence of  the  secondary  mode. 

In  general,  one  expects  for  low  frequencies  that  the 
ground  wave  is  dominant  for  distances  less  than  1000 
km. 

To  establish  this  hypothesis,  the  envelope  of  WWVB 
was  measured  as  a  function  of  distance  between  the 
transmitter  and  receiver  for  distances  from  0  to  800  km. 
Figure  6  shows  the  results  obtained  using  the  low-level 
clock  pulse  as  the  lime  of  origin.  A  careful  study  of 
these  results  shows  coincident  curves  for  fractional 
amplitudes  less  than  0.8,  with  a  standard  deviation  for 
the  fractional  amplitude  of  0.003  which  corresponds 
exactly  with  the  measurement  error. 

Note,  however,  that  Figure  7  shows  significant  differ- 
ences when  the  relative  amplitudes  lie  between  0.8  and 
1.0.  It  is  quite  evident  that  the  shapes  of  the  envelopes 
at  Boulder  and  Castle  Rock  differ  markedly  from  the 
theoretical  single  wave  shape.  These  shapes,  and  also 
the  others,  support  the  presence  of  a  second  hop.  The 
pulse  beginning  can  be  determined  to  an  accuracy  of 
±50  microseconds.  Figure  8  gives,  with  the  same  time 
scale  as  the  preceding  figures,  the  arrival  time  of  the 
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Figure  1 1 .  —  Variations  of  envelope  shape  for  a  24-hour 
period  at  Brussels. 

commencement  of  the  time  pulse,  from  which  the  pro- 
pagation time  for  a  direct  wave  traveling  at  the  speed 
of  light  may  be  deduced.  These  data  demonstrate  with- 
out doubt  that  (at  least  to  500  km)  ground  wave  pro- 
pagation exists.  The  propagation  velocity  is  (2.985 
±0.015)  10s  meters  per  second. 

It  is  possible  to  consider  that  the  envelope  shape  is 
derived  from  a  dominant  ground  wave  combined  with 
a  delayed  skywave.  It  also  seems  reasonable  to  assume 
that  the  skywave  propagates  by  a  single  hop.  Under 
these  conditions  the  resultant  envelope  shape  is  derived 
by  adding  the  envelope  of  two  carriers  having  the  pre- 
viously determined  theoretical  shape.  To  perform  these 
calculations  three  new  factors  are  introduced: 

a.  Phase  difference  between  the  carriers. 

b.  Skywave  time  delay  (including  phase  change  or 
reflection). 

c.  Relative  amplitude  of  skywave. 

Using  a  computer,  a  set  of  tables  was  prepared  showing 
the  resultant  envelope  shapes  as  a  function  of  these 
parameters. 

Propagation  conditions  over  a  24-hour  period  were 
observed  both  at  Boulder  and  Brussels. 

At  Boulder,  78.2  km  from  WWVB,  the  additional 
time  delay  for  the  skywave  is  about  260  microseconds 
assuming  the  ionospheric  reflecting  layer  is  around  70 
km  high.  Results  obtained  in  Boulder  are  shown  in 
Figure  10.  Groundwave  propagation  accounts  for  50% 
of  the  observed  envelope  shapes.  Comparing  the  other 
envelopes  with  the  calculated  tables  shows  that  the  sky- 
wave  varies  between  0  and  30%  of  groundwave  am- 
plitude. From  this,  a  phase  variation  of  about  1  micro- 
second would  be  expected,  which  was  indeed  observed 
in  Boulder.  Finally,  during  the  period  from  16  hours 
to  24  hours  UT,  or  from  sunrise  to  several  hours  before 
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Figure  12.  —  Recording  of  field  strength  of  HBC  at  Brussels. 


Figure  14.  —  Timing  error  due  to  a  change  of  propagation 
from  100%  ground-wave  to  60%  ground-wave  and 
40%  sky-wave  reflected  at  an  altitude  of  70  km. 
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Figure  13.  —  Timing  error  due  to  a  10%  variation  in  "Q" 
of  the  transmitting  antenna. 


sunset,  the  envelope  has  the  shape  predicted  for  a  single 
mode  of  propagation. 

In  Brussels,  506  km  from  HBG,  the  additional  time 
delay  for  the  skywave  is  on  the  order  of  70  micro- 
seconds, which  fortunately  reduces  the  influence  of 
propagation  on  the  envelope  shape.  Figure  11  shows 
the  effect  of  superimposing  nine  curves  taken  at  regular 
intervals  throughout  a  24-hour  period.  Here  also  the 
results  are  consistent  with  groundwave  propagation 
during  the  day  and  with  a  nighttime  skywave  having  a 
relative  amplitude  of  0  to  30%  of  its  groundwave. 

Interesting  additional  information  is  seen  in  the  total 
received  amplitude.  Figure  12  shows  several  consecutive 
graphs.  These  are  not  easy  to  interpret  since  the  ampli- 
tude is  strongly  dependent  on  the  phase  difference  be- 
tween .  the  direct  and  reflected  waves.  Some  points, 
however,  are  quite  clear: 

382- 


40     50     60  70 


90     100  % 


Figure  15.  —  Timing  error  due  to  an  amplitude  error  of  0.01. 

a.  Daytime  propagation  is  very  stable  and  composed 
essentially  of  the  groundwave. 

b.  From  shortly  before  sunset  until  sunrise  skywave 
also  exists. 

c.  An  abrupt  change  occurs  at  sunrise. 

VI.  CONCLUSIONS 

The  experimental  data  point  out  the  complexity  of 
the  mathematical  treatment  for  the  time  signal  envelope. 
Unambiguous  determination  of  both  the  propagation 
parameters  and  the  transmission  parameters  is  not  pos- 
sible by  simultaneous  measurements  at  the  receiver. 
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The  first  result  of  this  study  is  to  show  the  desirability 
of  transmitting  a  pulse  with  constant,  precisely  known 
shape.  When  this  is  done,  assuming  known  receiver 
characteristics,  only  propagation  conditions  remain  to 
be  determined. 

Otherwise,  given  certain  conditions  of  transmission 
and  reception,  the  determination  of  propagation  condi- 
tions will  be  facilitated  if  the  "Q"s  of  the  transmitter 
and  receiver  are  low.  This  implies  powerful  transmis- 
sions from  a  low  "Q"  antenna.  The  Loran-C  transmis- 
sions are  of  this  type  and  permit  excellent  synchroniza- 
tion. 

If  one  uses  time  signals  as  presently  transmitted  at 
low  frequencies,  the  time  of  arrival  can  be  determined 
from  a  selected  point  on  the  pulse  envelope.  The  tim- 
ing error  in  using  this  method  is  a  function  of  the 
amplitude  chosen  and  the  following  phenomena: 

a.  Changes  in  pulse  shape  due  to  variations  in  the 
transmitting  antenna  (Figure  13). 

b.  Variable  propagation  conditions  (Figure  14). 

c.  Errors  in  measuring  the  amplitude  of  the  received 
pulse  envelope  (Figure  15). 

The  overall  error  (Figure  16)  has  a  minimum  depend- 
ing on  the  relative  magnitudes  of  the  three  types  of 
errors.  Generally  a  minimum  overall  error  prevails 
when  the  amplitude  point  is  selected  between  0.9  and 
0.75.  Also  it  seems  to  be  preferable  to  make  the  meas- 
urements in  the  mid-afternoon.  Figure  17  shows  the 
Brussels'  results.  Table  IV  below  gives  some  results 
for  different  receiving  conditions  and  supports  the  con- 
clusions. 

The  results  of  similar  measurements  made  at  Boulder 

TABLE  IV 
Average  Standard  Deviations 
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Figure  16.  —  Total  error.  a  Q  =  0.05;  a  measured  =  0.01; 
<7  sky-wave  =  0.40. 
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NOTE:  The  intrinsic  precision  of  a  single  measurement  was  between 
10  and  30  microseconds. 


Figure  17.  —  Deviation  of  arrival  times  of  HBC  time  signals 
as    measured    in    the    afternoon.      Measurement  point 

^  =  0.8. 

show  a  standard  deviation  of  ±20  microseconds.  This 
improved  accuracy  was  principally  due  to  a  low  noise 
level. 

We  then  conclude  that  it  is  possible,  by  taking  a  few 
simple  precautions,  to  measure  the  arrival  time  of  a 
low  frequency  pulse  to  a  precision  of  ±40  microseconds 
or  better. 

Since  synchronization  of  the  transmitters  is  now  only 
within  ±25  microseconds  these  results  are  considered 
very  encouraging. 

Lastly,  the  method  of  envelope  analysis  should  be  an 
effective  tool  for  the  study  of  propagation  at  low  fre- 
quencies. 


REFERENCES 

[1]  Blair,  B.  E.,  E.  L.  Crow  and  A.  H.  Morgan,  Five  years  of 
VLF  worldwide  comparison  of  atomic  frequency  standards, 
Radio  Science,  2,  627  (1967). 

[2]  Pierce,  J.  S.,  Intercontinental  frequency  comparison  by  very 
low  frequency  radio  transmission,  Proc.  IRE,  45,  795  (1957). 

[31  DePrins,  J.,  J-L.  Guisset,  J-C.  Lievin  et  J.  Tamine,  Descrip- 
tion du  systeme  garde-temps  du  laboratoire  d'etalons  de 
frequence  de  l'Universite  Libre  de  Bruxelles  —  Annates  fran- 
caises  de  Chronometrie.  33e  annee,  tome  XIX. 

[4]  Doherty,  R.  H.,  G.  Hefley,  R.  F.  Linfield,  Timing  potentials 
of  Loran-C,  Proc.  IRE,  49,  No.  11,  1659  (1961). 

[5]  U.  S.  Coast  Guard  Electronics  Engineering  Report  No.  L-33, 
Calibration  of  the  east  coast  Loran-C  system. 

[6]  Davis,  T.  L.,  R.  H.  Doherty,  Widely  separated  clocks  with 


microsecond  synchronization  and  independent  distribution 
systems,  IRE  Wescon  Convention  Record,  4,  Part  V,  3 
(I960). 

[7]  Morgan,  A.  H.,  Distribution  of  standard  frequency  and  time 

signals,  Proc.  IEEE,  55,  827  (1967). 
[8]  Chaslain,  C,  Propagation  et  reception  de  signaux  horaires  en 

basse  frequence  —  1967  —  Memoire  ■ —  U.L.B. 
[9]  Detrie,  R.,  Reception  de  signaux  horaires  sur  ondes  kilo- 
metriques  (conception  du  recepteur).  Bulletin  de  la  Classee 
des  Sciences.  5e  serie  — •  Tome  LII  — ■  1966. 
[10]  Deleu  J.  et  J.  De  Prins  —  Methodes  d'optimisation  (To  be 

published  in  1968) 
[11]  Miscellaneous  Publication  236,  1967  Edition,  U.  S.  Depart- 
ment of  Commerce,  NBS  standard  frequency  &  time  services, 
Radio  Stations  WWV,  WWVH,  WWVB,  WWVL,  p.  8. 


383-21 


Worldwide  Clock  Synchronization  Using  a 
Synchronous  Satellite 

LAWRENCE  E.  GATTERER,  member,  ieee,  PAUL  W.  BOTTONE, 
and  ALVIN  H.  MORGAN,  member,  ieee 


Abstract — An  experiment  performed  in  late  1967  is  reported 
which  investigated  the  synchronization  of  widely  separated  clocks. 
One-way  VHF  timing  signals  were  relayed  to  remote  clocks  from  a 
reference  clock  by  means  of  a  transponder  on  a  geostationary  satel- 
lite. The  problem  of  synchronizing  clocks  using  one-way  transmission 
reduces  to  the  problem  of  predicting  the  radio  propagation  delay. 
The  accuracy  of  predicting  the  delay  was  10  jus  or  60  /is  depending  on 
the  method  used.  This  technique  may  offer  an  alternative  to  trans- 
porting atomic  standards  to  geodetic  and  spacecraft  tracking  stations 
around  the  world  in  fulfillment  of  their  clock  synchronization  require- 
ments. 
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Introduction 

CONSIDER  a  time  dissemination  system  wherein 
time  information  derived  from  a  reference  clock 
is  broadcast  to  users  who  compare  the  received 
time  with  that  of  their  local  clocks.  The  problem  of 
measuring  the  time  difference  between  a  local  clock  and 
a  remote  reference  clock  reduces  to  predicting  the 
propagation  delay  experienced  by  the  radio  wave.  Sta- 
tion WWV  is  the  transmitter  for  one  such  system.  The 
accuracy  of  predictability  of  the  propagation  delay  asso- 
ciated with  the  HF  transmissions  from  WWV  is  limited 
to  the  millisecond  region  for  most  users.  This  limitation 
arises  from  the  inability  to  predict  the  exact  route  a 
radio  signal  follows  to  the  user  and  from  the  difficulty  of 
defining  the  radio  refractive  index  at  all  points  along  the 
path. 
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The  principal  advantage  of  using  a  geostationary 
satellite  transponder  is  that  the  radio  path  is  predom- 
inately a  free-space  Iine-of-sight  path  which  is  more 
predictable.  Those  portions  of  the  path  for  which  radio 
refractive  index  is  a  variable  constitute  only  a  small  per- 
centage of  the  total  path. 

Clock  synchronization  techniques  involving  two-way 
transmissions  relayed  by  a  satellite  transponder  between 
the  reference  and  remote  clocks  have  been  described  in 
the  literature  [l]— [4].  The  technique  described  is  of 
interest  because  in  a  one-way  system  the  remote  clock 
station  would  be  relatively  simple,  cheap,  and  easy  to 
operate,  and  the  location  would  not  have  to  be  revealed 
by  radio  transmissions  [5].  Any  number  of  remote 
clocks  could  be  synchronized  simultaneously  to  the 
reference  clock. 

I.  Description  of  Techniques 

A.  Definitions  of  Terms  Used 

Master  Clock:  the  clock  that  is  designated  as  the  time 
reference  point  in  comparing  two  or  more  clocks. 

Slave  Clock:  a  clock  that  is  to  be  synchronized  or 
referenced  to  the  master  clock. 

Mode  I:  a  satellite  clock-synchronization  technique 
involving  a  one-way  communication  channel  from  the 
master  clock  to  the  slave  clock,  similar  in  principal  to 
WWV. 

Round  Robin:  a  technique  for  checking  Mode  II  clock 
synchronization  accuracies  in  a  network  of  three  or  more 
stations. 

Mode  II:  a  satellite  clock-synchronization  technique 
involving  a  two-way  communication  channel  between 
the  master  and  slave  clocks. 

Clock  Synchronization:  (as  used  in  this  paper)  the 
measurement  of  the  time  difference  between  two  clocks. 

B.  Description   of  the  Mode  I  Clock-Synchronization 
Technique 

In  the  technique  under  investigation,  Mode  I,  time 
signals  are  sent  from  the  master  clock  to  the  slave  clock 
via  the  satellite.  The  slave  station  measures  the  time 
difference  between  the  slave  clock  and  the  received  time 
signal.  Consider  the  simplest  case  where  the  time 
difference  between  the  master  and  slave  clocks  is  zero 
(see  Fig.  1).  The  master  station  transmits  a  one-pps 
signal  format,  and  the  slave  station  oscilloscope  displays 
the  received  signal  format.  The  sweep  speed  of  the  oscil- 
loscope is  set  ""0  0.1  cm  per  second  in  order  to  display 
one  sweep  per  second.  Assume  that  all  equipment  de- 
lays are  zero.  Since  the  transmitted  pulse  train  and  the 
slave  oscilloscope  triggering  pulse  train  are  time  coin- 
cident, the  delay  from  the  start  of  the  sweep  to  the 
leading  edge  of  the  received  pulse  is  equal  to  the  radio 
propagation  delay. 

In  general,  there  will  be  a  time  difference  t  between 
the  master  and  slave  clocks  and  the  equipment  delays 
will  be  greater  than  zero.  Then  the  measured  delay  on 
the  slave  oscilloscope  will  consist  of  four  terms: 
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Fig.  1.    Block  diagram  of  Mode  I  clock-synchronization  system. 

R.  =  ~  r  +  P  +  Dms  +  D„  t  <  (P  +  Dma  +  D.)  (1) 

where  i?s  =  the  reading  of  the  time  difference  between 
the  slave-clock  time  tick  and  the  received  master-clock 
time  tick,  r  =  algebraic  time  difference  between  master 
and  slave  clocks  (referred  to  the  master  clock),  P 
=  radio  propagation  delay,  flmi  =  sum  of  the  delays  of 
the  master  transmitting  equipment  and  the  slave  re- 
ceiving equipment,  and  Z>s  =  time  delay  of  the  trans- 
ponder in  the  satellite. 

The  problem  is  to  determine  the  value  of  r.  The  Dms 
and  Rs  are  measured,  Ds  must  be  known,  and  P  is 
computed.  Using  these  values  in  (1),  r  can  be  obtained. 

With  the  master  transmitting  1  pps  the  slave  can 
measure  r  with  an  accuracy  of  perhaps  0.01  second.  If 
the  frequency  of  the  transmitted  pulse  train  and  the 
slave  oscilloscope  triggering  train  is  increased  by  a  fac- 
tor of  10,  the  resolution  of  t  is  increased  by  10.  This 
process  can  be  continued  until  limitations  are  imposed 
by  the  system  bandwidth.  The  transmitted  1  pps,  10 
pps,  100  pps,  etc.,  are  derived  from  the  master  clock  and 
they  are  coherent.  Correspondingly,  coherent  oscillo- 
scope triggering  pulse  trains  are  derived  from  the  slave 
clock. 

1)  Corrections  to  Mode  I  Propagation  Delay  Calcula- 
tions to  Take  Account  of  Ionospheric  Effects:  The  propa- 
gation delay  of  the  radio  signals  is  increased  over  the 
free-space  value  when  they  pass  through  the  ionospheric 
layer.  An  estimate  of  the  increment  of  delay  may  be 
obtained  from  the  relationship 


Ndh 


(2) 


Here,  A/  is  the  increase  in  the  group  path  due  to  the 
wave  traveling  through  the  ionosphere,  b=e2/{2  e0M) 
=  1.6X103  (e  is  the  electronic  charge,  e0  is  the  dielectric 
constant  of  free  space,  M  is  the  mass  of  the  electron), 
co  =  27r/,  (J  is  the  signal  carrier  frequency),  and  N  is  the 
"effective"  electron  density.  The  unknown  to  be  deter- 
mined in  the  equation  is  the  value  of  N. 

It  is  possible,  in  theory  at  least,  to  determine  N  from 
the  measured  penetration  frequency  at  vertical  inci- 
dence. However,  such  data  may  not  generally  be  avail- 
able and  therefore  another  approach  was  used  which 
seemed  suitable  for  the  time  accuracies  desired  here. 

Lawrence  et  al.  [6]  indicate  that  the  value  of  the 
integral  [f^Ndh]  may  vary  from  10 16  to  10 18  electrons 
for  vertical  quasi-longitudinal  propagation  through  a 
square  meter  column  of  the  layer.  These  are  the  midday 
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values  encountered  during  a  sunspot  cycle,  the  maxi- 
mum value  being  correlated  with  the  maximum  of  the 
sunspot  cycle  and  vice  versa.  Allowance  must  be  made 
for  the  longer  path  length  through  the  ionosphere  for 
nonvertical  propagation.  Quasi-longitudinal  propaga- 
tion at  VHF  implies  that  the  angle  between  the  radio 
ray  path  and  the  earth's  magnetic  field  is  less  than  89° 
[7].  This  condition  holds  true  for  almost  all  locations 
other  than  the  subsatellite  point. 

During  the  measurements  reported  here,  the  sunspot 
number  was  about  130  [8],  which  is  the  average  maxi- 
mum value  for  several  previous  sunspot  cycles.  There- 
fore, the  value  of  the  integral  was  chosen  as  1018. 

Making  use  of  this  value  of  the  integral,  (2)  indicates 
that  the  midday  increase  over  the  free-space  value  in 
one-way  group  delay  of  a  135-MHz  radio  signal  travel- 
ing vertically  through  the  ionosphere  is  7  //s.  The  night- 
time increase  may  be  as  small  as  1  /jls.  The  uncertainty 
due  to  the  variability  of  the  sunspot  number  at  corre- 
sponding phases  of  several  cycles  is  estimated  to  be 
+  3  fxs  for  a  vertical  path. 

2)  Mode  I  Timing  Error  Due  to  Uncertainty  of  Re- 
ceiving Site  Location:  A  determination  of  the  propaga- 
tion delay  requires  knowledge  of  the  satellite  orbit  and 
the  coordinates  of  both  the  master  and  slave  stations. 
The  approximate  uncertainty  in  the  time  synchroniza- 
tion At  of  the  slave  clock  due  to  the  uncertainty  in  its 
location,  Ad,  may  be  calculated.  The  geometry  is  de- 
picted in  Fig.  2.  It  is  assumed  that  the  locations  of  the 
satellite  and  the  master  clock  are  accurately  known  so 
that  the  time  at  which  the  signal  leaves  the  satellite  is 
known.  Assuming  a  spherical  earth,  it  may  be  shown 
that 

c'At[r2  +  (h  +  r)2  -  2r(k  +  r)  cos  d]1'2 

Ad  =  rAQ  =  > 

(h  +  r)  sin  0 

(3) 

0  <  e  <  — 
2 

where  c'  is  the  effective  propagation  velocity  of  the 
radio  signal,  r  is  the  earth  radius,  h  is  the  height  of  the 
satellite  above  the  earth,  6  is  the  angle  subtended  at  the 
earth's  center  by  the  satellite  and  the  slave  station,  and 
Ad  is  the  uncertainty  in  8  due  to  the  uncertainty  in  the 
location  of  the  slave  station.  Equation  (3)  contains  an 
approximation  but  is  in  error  by  less  than  1  percent  for 
values  of  A6  less  than  8°. 

To  utilize  (3),  a  parametric  curve  has  been  plotted. 
Fig.  3  illustrates  the  relationship  forA7"=10and  100  /zs. 
At  0  =  30°,  for  example,  the  slave-clock  location  must  be 
known  to  5  km  in  order  to  synchronize  it  to  an  accuracy 
of  10  fxs  using  the  Mode  I  technique. 

The  effect  of  a  height  error  can  be  seen  by  referring  to 
Fig.  2.  At  the  earth  tangent  a  change  in  r  has  no  effect 
on  the  range  to  the  satellite.  At  the  subsatellite  point, 
however,  the  range  to  the  satellite  changes  linearly  with 
the  change  in  distance  of  the  ground  station  from  the 
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Fig.  2.    Geometry  of  the  experiment. 
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Fig.  3.    Time  sensitivity  of  station  coordinates. 

center  of  the  earth.  At  that  point  there  is  a  timing  error 
of  3  /is  per  km  of  height  error. 

C.  Description  of  Mode  II  Clock-Synchronization  Tech- 
nique 

This  method,  which  has  been  used  and  reported  on 
before  [3],  was  used  in  support  of  the  Mode  I  experi- 
ment to  check  the  time  differences  between  the  station 
clocks.  The  locations  and  ranges  of  the  master  and  slave 
clocks  need  not  be  known,  but  both  master  and  slave 
stations  must  have  transmitters.  The  slave  clock  is  syn- 
chronized as  follows:  From  (1)  the  master  station  trans- 
mits a  1-pps  time  signal  and  the  slave  observes  a  time 
difference  7?s: 

Rs  =  -  t  +  P  +  Dms  +  D, 

as  described  in  Mode  I. 

Then  the  slave  station  transmits  back  to  the  master, 
which  will  observe  a  time  difference  Rm,  where 

Rm  =  +  r  +  P  +  D.m  +  D,i  (4) 

Dsm  is  the  delay  associated  with  the  slave  transmitting 
and  master  receiving  equipment,  and  the  other  terms 
are  as  defined  in  (1).  If  radio  path  reciprocity  holds,  one 
can  subtract  (1)  from  (4)  and  solve  for  t,  thus: 

r  =  \[RS  -  Rm]  +  |[Z?,m  -  Dm.}.  (5) 
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TABLE  I 


j    , « .    t  y       ..j  T-.,      ..  0  Magnetic  Dip  Satellite        Satellite  Elevation 

Station  La™fe  L°^lde  ^£°}n  .(Fig.  2).  Angle  Range  Angle  Above 


(approx.)  (approx.)  (km)  Horizon 


N  40  105.3  1659  64°  43°  39X103  25.26° 

V  35.2  116.8  1213  53°  26°  38X103  36.24° 

A  61.2  149.6  37  63°  43°  39.5X103  20.57° 


Fig.  4.    Round  robin  check. 

Equation  (5)  describes  the  case  where  the  clock  time 
difference  is  less  than  the  sum  of  the  propagation  and 
equipment  delays  (about  a  fourth  of  a  second),  as  in  the 
Mode  I  discussion. 

1)  Description  of  a  Mode  II  Check — Round  Robin: 
A  useful  check  on  the  accuracy  of  Mode  II  synchroniza- 
tions has  been  devised  for  a  system  of  three  or  more 
clocks.  Fig.  4  shows  that 

T*c  =  Tab  +  Tbc  (6) 

where  Tac  is  the  time  difference  between  the  clock  at 
Station  A  and  the  clock  at  Station  B  referred  to  clock  A, 
etc. 

The  time  closure  C  is  given  by 

C  =  \Tae-  {Tai  +  Tbc)  |  (7) 

and  should  normally  be  zero. 

The  technique  is  useful  in  determining  whether  cer- 
tain types  of  operator  errors  have  been  made  at  any 
station.  For  example,  an  oscilloscope  trigger  slope  switch 
was  set  incorrectly  on  several  occasions  during  these 
measurements.  This  gave  rise  to  a  50-/xs  error  which  was 
disclosed  by  applying  the  round  robin  technique. 

II.  Description  of  the  Experiment 

A.  The  Satellite  VHF  Transponder 

The  NASA  satellite  ATS-1  was  launched  in  Decem- 
ber, 1966,  in  near  stationary  orbit.  A  part  of  the  ATS 
satellite  system  is  devoted  to  supporting  experiments  at 
VHF.  Signals  received  at  149.220  MHz  with  frequency 
modulation  are  converted  to  135.600  MHz  for  retrans- 
mission to  earth.  An  eight-element  phased-array  an- 
tenna system  operating  in  duplex  is  used  for  both  re- 
ceiving and  transmitting,  while  simultaneous  signal 
limiting  and  bandwidth  filtering  are  employed  in  the 


satellite  signal  chain.  Because  of  this,  amplitude  modu- 
lation is  not  possible  at  full  satellite  power  levels  and 
the  overall  system  bandwidth  is  restricted  to  100  kHz. 
For  this  experiment  frequency  modulation  was  em- 
ployed. The  time  delay  of  the  VHF  transponder  is 
7  Ms  [9]. 

1)  Ground  Terminals :  Stations  were  set  up  for  this 
experiment  at  the  following  locations:  the  National 
Bureau  of  Standards  Laboratory,  Boulder,  Colo.  (Sta- 
tion N) ;  Goldstone  Dry  Lake  Venus  facility  (Station 
V);  Anchorage,  Alaska  (Station  A);  and  the  Goldstone 
Dry  Lake  Stadan  facility.  The  latter  station,  which  is 
a  command  station  for  ATS-1,  was  intended  to  function 
as  the  master  station  and  all  other  stations  were  to  oper- 
ate as  slave  stations.  However,  difficulties  with  the  ATS 
ground  equipment  at  the  Stadan  facility  prevented  its 
use.  In  view  of  these  difficulties  NASA  granted  permis- 
sion to  designate  the  other  stations  as  master  stations 
at  various  times  during  the  experiment.  Data  for  the 
stations  used  are  given  in  Table  I. 

2)  Equipment:  All  three  ground  terminals  had  sim- 
ilar equipment  except  for  transmitter  final  amplifiers 
whose  outputs  were  1  kW,  \  kW,  and  \  kW  for 
stations  N,  V,  and  A,  respectively.  The  transmitting 
and  receiving  antennas  at  all  stations  were  10-element 
yagis  with  approximately  10-dB  gain.  Both  vertical  and 
horizontal  polarization  were  provided  because  Faraday 
rotation  occurs  at  these  frequencies.  Commercial  FM 
communications  transceivers,  optimized  for  10-kHz 
tones,  were  used. 

3)  Timekeeping  Procedures :  Commercial  cesium  beam 
clocks  were  maintained  at  all  three  stations.  These  were 
set  using  the  Mode  II  technique,  and  at  the  end  of  the 
experiment  the  three  clocks  were  brought  together  for 
time  and  frequency  comparisons.  The  time  differences 
between  the  three  clocks  were  regularly  measured  dur- 
ing the  course  of  the  experiment  by  means  of  the  Mode 
II  technique,  and  the  clocks  at  Stations  N  and  V  were 
compared  during  the  experiment  using  the  JPL  Moon- 
bounce  technique'  [10]. 

The  Venus  facility,  Station  V  of  this  experiment,  is 
the  master  terminal  for  the  JPL  Moonbounce  Radar 
Time  Synchronization  System  and  Station  N  is  a  slave 
terminal.  This  system  is  similar  in  principle  to  the 
time  dissemination  technique  called  Mode  I  in  this 
paper.  The  master  transmits  an  X-band  signal  which  is 
reflected  by  the  moon  to  the  slave.  The  path  delay  is 
predicted  from  knowledge  of  the  lunar  ephemeris  and  is 
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corrected  for  Doppler  effects  introduced  by  rotation  of 
the  earth. 

The  time  difference  between  clocks  during  the  experi- 
ment was  recovered  to  within  1.8  /xs,  peak  to  peak. 

B.  Experimental  Results 

Experiments  were  conducted  on  November  30,  1967, 
from  1940  to  2140  UT,  and  on  December  1,  1967,  from 
2000  to  2300  UT.  The  stations  took  turns  transmitting. 
All  three  stations,  including  the  one  transmitting,  ob- 
served the  signal  transponded  by  the  satellite.  Each 
station  measured  the  time  difference  between  its  own 
clock  and  the  signal  received  from  the  satellite.  The 
time  duration  for  a  set  of  three  transmissions,  including 
voice  acknowledgments,  did  not  exceed  eleven  minutes. 
Changes  in  path  length  due  to  satellite  perturbations 
normally  do  not  cause  time  errors  greater  than  1  /xs 
during  that  period  of  time,  although  exceptions  have 
been  noted  [ll].  Such  exceptions  may  be  related  to  or- 
bit correction  maneuvers  in  which  case  they  could  be 
anticipated. 

/)  Mode  I  Results:  Since  the  time  differences  between 
the  three  station  clocks  were  known,  the  measurement 
of  the  time  difference  between  a  received  signal  and  a 
local  clock,  corrected  for  equipment  delays,  was  ac- 
tually a  measurement  of  propagation  delay.  The  com- 
parison between  the  measured  VHF  propagation  delay 
and  that  computed  from  the  satellite  range  predictions 
was  the  measurement  of  accuracy  of  the  Mode  I  tech- 
nique. 

The  range  predictions  were  provided  by  NASA  from 
an  existing  computer  program.  Two  sets  of  range  values 
were  provided:  the  first  was  based  on  orbital  elements 
of  the  satellite  projected  from  the  past  history  of  the 
satellite  and  predicted  one  week  in  advance  of  the  ex- 
periment; the  second  set  was  based  on  orbital  elements 
which  were  updated  by  NASA  at  the  time  of  these  ex- 
periments. Results  are  given  in  Table  II.  The  Mode  I 
accuracy  is  given  as  the  average  difference  between  the 
measured  and  the  computed  values  of  the  propagation 
delay;  a  positive  sign  indicates  that  the  latter  is  larger. 
The  standard  deviation  follows  the  accuracy. 

2)  Mode  II  Results:  By  using  paired  measurements 
from  a  given  set  of  measurements,  Mode  II  clock  syn- 
chronizations were  effected.  For  example,  the  delay 
measurements  made  at  Station  V  while  Station  N  was 
transmitting  were  paired  with  that  made  at  N  while  V 
transmitted.  Results  are  given  in  Table  III.  The  accu- 
racy of  Mode  II  is  given  as  the  absolute  value  of  the 
disagreement  between  the  measured  (by  Mode  II)  and 
the  known  time  difference  between  the  clocks.  The 
standard  deviation  follows  the  accuracy. 

3)  Round  Robin  Closures:  The  results  of  the  Mode  II 
synchronizations  were  summed  according  to  (7).  The 
closure  for  eleven  sets  of  measurements  checked  by  the 
round  robin  technique  varied  from  0.5  us  to  8.4  its. 

4)  Moonbounce  Results:  On  November  29,  1967,  the 
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TABLE  II 


Master 
Station 


Slave 
Station 


Accuracy 
Using 

Predicted 
Values 

U) 


Accuracy 
Using 

Updated 
Values 

Us) 


Number 
of 

Observa- 
tions 


November  30,  1967 

N  V 

-56  +  1 

.2 

-3.8  +  2 

.2 

5 

N  A 

-53  +  5 

.6 

6.6  +  4 

.1 

5 

V  A 

-33  +  3 

7 

16.8  +  3 

7 

5 

December  1,  1967 

N  V 

-57  +  0 

.1 

-8.5  +  1 

.6 

7 

N  A 

-54  +  2 

.1 

4.7+3 

.2 

7 

V  A 

-47+4 

.4 

7.4  +  7 

.1 

7 

TABLE  III 

Master 
Station 

Slave 
Station 

November  30,  1967 

December  1,  1967 

«              Number  of 
Accuracy  observa. 

("s)  tions 

»               Number  of 

AcZty  01rva- 

^  '  tions 

N 

A 

-5.4  +  2.9  5 

-6.0  +  3.66  6 

N 

V 

-8.8  +  1.3  5 

-7.7  +  1.98  6 

V 

A 

7.9  +  1.0  5 

2.7  +  2.17  6 

Moonbounce  radar  timing  link  between  Stations  N  and 
V  was  operated.  Ten  measurements  made  between  1925 
and  1935  UT  were  averaged  to  obtain  a  clock  compar- 
ison. This  average  value  differed  from  the  known  value 
by  2.3  /xs  with  a  standard  deviation  of  1.16  /xs. 

C.  Error  Analysis 

1)  Mode  I  Error  Analysis:  The  following  sources  of 
error  have  been  considered  in  connection  with  the 
Mode  I  technique  (see  Table  IV): 

a)  The  ground  equipment  delay  (about  150  /xs)  was 
measured  frequently  during  the  experiment  and  was 
considered  to  be  known  to  +  2  /zs. 

b)  The  satellite  transponder  delay  (7.0  /xs)  was  mea- 
sured during  construction  at  Hughes  Aircraft  Company 
in  1966.  The  accuracy  of  measurement  was  +  1.0  /xs  [9]. 

c)  The  locations  of  the  stations  were  known  to  within 
+  200  meters  corresponding  to  a  propagation  time  un- 
certainty of  +  0.5 /xs  [from  (3)]. 

Range  values  provided  for  Station  V  were  incon- 
sistent, apparently  because  of  a  programming  error. 
The  range  values  provided  for  the  nearby  Stadan  ter- 
minal were  used  in  computing  the  propagation  delay  to 
Station  V.  It  is  believed  that  the  range  to  Station  V  was 
greater  than  that  to  Stadan  by  3  km  or  less.  This  cor- 
responds to  an  increase  in  propagation  delay  of  9  /xs 
or  less. 

d)  Satellite  range  values  provided  by  NASA  were 
rounded  to  the  nearest  kilometer,  corresponding  to  a 
propagation  delay  uncertainty  of  ±1.5  /xs. 

e)  The  up-link  frequency  is  about  150  MHz  while  the 
down-link  frequency  is  about  135  MHz.  The  ionospheric 
uncertainties  discussed  earlier  in  the  paper  are  greater 
at  lower  frequencies  and  so  were  computed  at  135  MHz. 
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TABLE  IV 
Mode  I  Error  Budget 


Source 


Error  (fis) 


Equipment 

Uncertainty  in  measurement  of  ground  equipment  delay  ±2 
Uncertainty  in  knowledge  of  satellite  transponder  delay      +  1 

Geometry 

Uncertainty  in  propagation  delay  related  to  +  200-meter 
uncertainty  of  ground  station  at  0  =  65°  (Stations 
iVand  A) 

uplink  +0.7 
down  link  +0.7 
Uncertainty  in  propagation  delay  due  to  +  0.5-km  un- 
certainty in  satellite  range 

up  link  +1.5 
down  link  +1.5 

Propagation  Effects 

Uncertainty  in  correction  to  propagation  delay  due  to 
ionosphere  (including  difference  in  up-link  and  down- 
link frequencies) 

up  link  +6 
down  link  +6 

Uncertainty  in  propagation  delay  due  to  troposphere 

up  link  0.3 
down  link  0.3 

Rms  noise  jitter  ±5 

Mode  I  rms  error  between  stations  10.4 


For  the  oblique  ionospheric  path  associated  with  Sta- 
tions N,  A,  and  V,  the  error  was  estimated  to  be  about 
+  6  jus. 

f)  Noise  jitter  observed  on  the  slave  oscilloscope  trace 
obscured  the  exact  location  of  the  time  reference  point 
in  the  received  timing  signal.  An  accuracy  of  ±5  fis 
was  assigned  to  the  oscilloscope  readings. 

g)  Other  propagation  effects  associated  with  VHF 
ionospheric  propagation  include  Faraday  rotation,  am- 
plitude and  phase  scintillation,  and  ionospheric  ab- 
sorption. These  phenomena  have  negligible  effect  on  the 
propagation  delay  [3]. 

h)  The  increase  in  propagation  delay  (over  the  free- 
space  value),  due  to  the  radio  path  through  the  tropo- 
sphere, was  not  included  in  the  corrections.  The  maxi- 
mum increase  under  any  circumstances  would  be  about 
0.3  fxs  [12]. 

The  Mode  I  rms  error  of  10.4  ixs  is  the  clock  synchro- 
nization accuracy  to  be  expected  using  the  equipment  of 
this  experiment  at  stations  whose  locations  are  known 
to  200  meters,  using  correct  satellite  range  predictions, 
and  computing  propagation  delays  by  the  methods  dis- 
cussed. The  Mode  I  measurements  between  Stations  N 
and  A,  using  the  updated  satellite  range  values,  fall 
within  the  predicted  error.  Using  the  less  accurate  pro- 
jected range  values,  the  discrepancy  was  about  60  /xs. 

When  the  9-jus  allowance  is  made  for  the  greater  un- 
certainty in  the  Venus  range  data,  similar  results  follow 
from  measurements  between  Stations  V  and  A,  and  be- 
tween V  and  N. 

2)  Mode  II  Accuracy:  The  accuracy  associated  with 
the  Mode  II  technique  (using  the  equipment  and  pro- 
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cedures  of  this  experiment),  has  been  shown  to  be  about 
5  /as  [3].  The  least  accurate  Mode  II  synchronizations 
during  this  experiment  were  between  Stations  iV  and  V 
(average  values  were  7.7  and  8.8  jus).  It  is  interesting  to 
note  that  the  clock  at  Station  A,  which  had  not  been 
running  prior  to  arrival  at  the  station,  was  set  using  the 
Mode  II  technique.  At  the  end  of  the  experiment  it  was 
transported  to  Station  N  where  it  was  found  to  be  6  fis 
from  clock  N. 

3)  Moonb ounce  Accuracy:  The  accuracy  of  the  Moon- 
bounce  Radar  Timing  System  is  given  as  5  /is  [10].  The 
average  accuracy  of  the  measurements  made  in  this  ex- 
periment was  2.3  lis. 

III.  Conclusions 

A  technique  for  synchronizing  widely  separated  clocks 
to  a  reference  clock  has  been  investigated.  The  tech- 
nique involves  the  one-way  transmission  of  a  radio  time 
signal  from  the  reference  clock,  relayed  by  a  geostation- 
ary satellite  VHF  transponder  to  the  remote  clocks.  The 
problem  reduces  to  predicting  the  radio  propagation 
delay  from  the  reference  clock,  by  way  of  the  satellite, 
to  the  remote  clocks.  The  propagation  delay  predictabil- 
ity on  two  days  has  been  studied  between  three  stations. 
The  accuracy  of  predictability,  and  hence  of  clock  syn- 
chronization, was  found  to  be  60  jus  if  the  propagation 
delay  was  computed  using  a  satellite  orbit  predicted  one 
week  in  advance  of  the  experiment.  The  accuracy  was 
10  us  when  the  orbit  used  had  been  updated  to  the  time 
of  the  measurements. 

A  clock  synchronization  system  using  the  technique 
could  offer  two  levels  of  accuracy.  Tables  of  predictions 
of  propagation  delay  at  future  times  to  specific  locations 
or  areas  could  be  distributed  or  published  in  advance. 
Users  would  observe  the  radio  timing  signals  when  de- 
sired, refer  to  the  tables,  and  compute  their  time  differ- 
ence from  the  reference  clocks.  Those  users  needing 
more  accurate  synchronization  would  be  given  after- 
the-fact  propagation  delay  predictions  based  on  an  up- 
dated satellite  orbit.  As  a  check  on  the  system,  key  sta- 
tions could  be  equipped  with  transmitters  for  occasional 
two-way  operations  with  the  reference  station  or  with 
each  other. 

If  the  location  of  a  station  were  uncertain,  the  propa- 
gation delay  could  be  calibrated  by  means  of  a  two-way 
synchronization  or  a  transported  clock.  Thus,  the  tech- 
nique could  be  applied  to  navigation  problems. 

A  system  based  on  the  technique  could  provide  an 
alternative  to  transporting  atomic  clocks  to  geodetic 
and  spacecraft  tracking  stations  around  the  world  in 
satisfying  their  clock  synchronization  requirements. 
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TIME  AND  FREQUENCY 

On  Friday,  October  13,  1967,  the  General  Con- 
ference of  Weights  and  Measures  adopted  the  atomic 
definition  of  the  unit  of  time,  the  second.  The  de- 
velopment of  atomic  frequency  standards  is  still  most 
heavily  weighted  toward  cesium  beam  devices,  with 
considerable  work  also  on  hydrogen  masers  [Vessot 
et  al,  1966;  McCoubrey,  1967].  Probably  because 
of  budget  problems,  there  has  been  little  work  on 
thallium  beams.  There  has  been  significant  interest  in 
optical  frequency  standards  with  a  notable  develop- 
ment of  a  methane-stabilized  laser  by  John  Hall 
[Barger  and  Hall,  1969].  Current  emphasis  on  atomic 
frequency  standards  is  toward  more  nearly  optimum 
performance.  Atomic  frequency  standards  have  an 
important  use  in  long  baseline  interferometry  [Gold, 
1967]. 

One  of  the  most  significant  publications  on  the 
subject  of  frequency  stability  is  the  special  issue  of 
the  Proceedings  of  the  IEEE  volume  54,  number  2, 
(February  1966).  Since  this  publication,  there  seems 
to  be  a  fairly  general  tendency  among  the  more 
sophisticated  time  and  frequency  laboratories  to  use 
the  variance  of  frequency  fluctuations  as  defined  by 
Allan  [1966]  as  a  consistent  measure  of  frequency 
stability  in  the  time  domain.  The  Allan  variance 
(specifically,  N  —  2)  has  been  referenced  several 
times  [e.g.,  Vessot  et  al.,  1966;  Menoud  et  al.,  1967; 
Mungall  et  al,  1968;  Vessot  et  al,  1968].  Methods 
of  spectrum  estimation  [Bingham  et  al,  1967]  and 
the  fast  Fourier  transform  [Brigham  and  Morrow, 
1967]  are  important  developments  for  frequency  do- 
main specifications  of  frequency  stability.  A  sub- 
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committee  of  the  IEEE  is  preparing  standard  defini- 
tions of  frequency  stability. 

Flicker  noise  is  found  to  affect  the  frequency,  in 
long  term,  of  all  signal  generators  [see,  for  example, 
Vessot,  1968];  to  affect  the  phase,  in  short  term,  of 
oscillators,  amplifiers,  and  frequency  multipliers 
[Halford  et  al,  1968];  and  to  affect  the  phase  of  LF 
and  VLF  radio  signals  [Allan  and  Barnes,  1967; 
Guetrot,  1969].  This  area  needs  much  study. 

In  the  area  of  time  and  frequency  dissemination, 
satellites  have  received  much  attention,  with  VHF 
transponder  satellites  showing  capabilities  of  time 
synchronization  to  a  few  microseconds  [Gatterer 
et  al,  1968].  The  Omega  system  is  to  become  opera- 
tional, and  it  is  expected  to  allow  time  synchroniza- 
tion. Other  active  areas  of  research  include  Loran  C, 
portable  clocks,  HF,  LF,  and  VLF  [Morgan,  1967]. 

During  the  past  three  years,  needs  for  highly  pre- 
cise time  synchronizations  have  steadily  increased. 
One  of  the  most  notable  needs  that  developed  is  for  a 
3-sigma  tolerance  of  0.5  ysec  worldwide  for  the 
Aircraft  Collision  Avoidance  System  (ACAS)  [Holt, 
1968].  It  is  doubtful  that  the  current  UTC  system 
strikes  an  adequate  compromise  between  needs  for 
Universal  Time  and  Atomic  Time.  The  U.  S.  Study 
Group  VII  supplied  recommendations  for  a  new 
compromise  UTC  system  to  the  Plenary  Session  of 
the  International  Radio  Consultative  Committee 
(CCIR)  meeting  in  Boulder,  Colorado,  in  July  1968. 
International  agreement  was  not  reached,  but  a 
Working  Party  was  formed  to  study  the  matter.  The 
U.  S.  Naval  Observatory  and  the  National  Bureau  of 
Standards  (NBS)  have  coordinated  their  standard 
frequency  and  time  signals  (beginning  October 
1968)  with  time  coincidence  maintained  within  ±5 
y.  sec  of  each  other. 
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STANDARD  TIME  AND  FREQUENCY:   ITS  GENERATION,  CONTROL, 
AND  DISSEMINATION  FROM  THE  NATIONAL  BUREAU  OF  STANDARDS 

TIME  AND  FREQUENCY  DIVISION 


John  B.  Milton 


The  Time  and  Frequency  Division  of  the  National 
Bureau  of  Standards  produces  the  NBS  time  scales, 
AT(NBS),  SAT  (NBS),  and  UTC(NBS).  These  time  scales 
are  .  developed  by  utilizing  the  properties  of  the  NBS 
frequency  standard,  NBS-III.  The  main  byproduct  of 
these  time  scales  is  the  operational  clock  systems. 
These  operational  clock  systems  are  used,  among  other 
things,  to  calibrate  the  clocks  and  secondary  standards 
necessary  for  the  operation  of  the  NBS  radio  stations, 
WWV,  WWVB,  WWVL,  and  WWVH.  These  stations 
transmit  SAT  (NBS),  UTC(NBS),  and  various  tones, 
alerts,    and   corrections   for  time-of-day  information.. 

Key  Words:  clock  synchronization;  frequency  and  time 
dissemination;  primary  frequency  standard; 
standard  frequency  broadcasts;  time 
interval;  time  scales 


1.  INTRODUCTION 

Since  its  inception  in  1901,  the  National  Bureau  of  Standards  has 
been  involved  in  the  design,   construction,  maintenance,  and  improve- 
ment of  standards  of  frequency  and  time  interval.    During  the  first  two 
decades  of  the  Twentieth  Century,  the  work  on  these  standards  was  done 
by  quite  diverse  groups. 

The  people  maintaining  the  standard  of  time  interval  were  con- 
cerned primarily  with  problems  of  navigation,  while  the  standard  of 
frequency  was  maintained  by  a  group  concerned  chiefly  with  radio 
interference  between  adjacent  channels  in  the  radio  spectrum. 
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The  operational  time-interval  standard  has  progressed  from  a 
pendulum  clock  with  electrical  pulse  output  through  crystal  clocks  to 
the  present-day  "atomic  clock.  "    During  the  same  period,  the  oper- 
ational standard  of  frequency  has  evolved  from  a  tuning  fork  to  a  quartz 
crystal  oscillator  to  an  atomic  beam  device.    While  there  may  be  only 
a  superficial  connection  between  a  pendulum  clock  and  a  tuning  fork, 
the  present-day  standards  of  time  interval  and  frequency   are,  by  their 
very  nature,  inseparable. 

Along  with  the  maintenance  and  improvement  of  these  standards 
came  the  need  to  disseminate  these  standards.    In  1923  the  National 
Bureau  of  Standards  radio  station  WWV  was  established  to  disseminate 
the  standard  of  frequency  via  experimental  broadcasts.    Time  pulses 
were  added  to  these  broadcasts  in  1935.    Voice  announcements  of  the 
time-of-day  were  added  to  these  broadcasts  in  1945. 

In  1948,   NBS  radio  station  WWVH  was  placed  in  operation.  In 
the  1950's,  very  good  commercial  standards  were  controlling  both  of 
these  high  frequency  radio  stations.    At  that  time,  nothing  was  done  at 
the  stations  beyond  providing  good  crystal  oscillators.    Utilizing  the 
ultra-high  precision  oscillators  located  at  the  NBS  Boulder  Laboratories, 
the  time  and  frequency  of  these  stations  were  measured  daily.  Any 
deviations  from  the  NBS  standard  were  noted  and  corrective  instructions 
were  relayed  to  the  radio  stations. 

In  1956,  the  Boulder  Laboratories  of  the  NBS  began  experimental 
transmissions  on  60  kHz  from  radio  station  WWVB.    The  60  kHz  driving 
frequency  for  this  station  was  derived  directly  from  the  NBS  standard  of 
frequency  located  at  the  Boulder  Laboratories.    There  was  no  control 
of  the  transmissions  beyond  providing  this  standard  driving  frequency. 
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In  I960,  utilizing  an  antenna  borrowed  from  the  Central  Radio 
Propagation  Laboratory  of  NBS,   radio  station  WWVL  was  placed  in 
experimental  operation  on  20  kHz.    This  station  was  located  some  ten 
miles  west  of  the  Laboratories  in  a  high  mountain  valley.  Direct 
generation  of  the  transmission  frequency  by  the  Boulder  Laboratories 
was  not  feasible,  but  a  method  of  phase  control  using  servo  systems 
was  employed.    Since  January  1,   I960,  when  NBS  began  using  a  cesium 
beam  device  as  its  official  standard,  all  broadcast  frequencies  have 
been  referenced  to  the  cesium  resonance  frequency. 

WWVB  and  WWVL  were  moved  to  Fort  Collins,   Colorado,  and 
began  operation  there  in  July  1963.    The  original  time  and  frequency 
control  for  these  stations  was  accomplished  by  continuously  operating 
servo  systems  that  compared  the  phase  of  these  stations  as  received  in 
Boulder  against  a  phase  reference  derived  from  the  NBS  Frequency 
Standard.    Phase  corrective  information  was  then  sent  to  Fort  Collins 
via  a  radio  link. 

Primarily  in  order  for  NBS  to  increase  the  precision  and  accuracy 
of  the  transmissions  from  station  WWV,  through  more  uniform  U.  S. 
coverage  and  the  replacement  of  obsolete  transmitting  and  control  equip- 
ment, a  new  facility  for  that  station  was  installed  at  Fort  Collins, 
Colorado,  in  1966. 

Stations  WWV,  WWVB,  and  WWVL  are,   in  essence,  a  composite 
facility  disseminating  standards  of  time  and  frequency  from  19-9  kHz  to 
25  MHz.    At  the  present  time,  these  stations  provide  information  at 
both  atomic  frequency  and  an  internationally  agreed  upon  offset  frequency. 
The  offset  frequency  is  used  to  generate  a  Universal  Time  scale,  called 
UTC,  which  closely  approximates  the  UT2  scale  based  on  the  rotation 
of  the  Earth. 
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Even  though  the  time  and  frequency  control  of  these  stations  was 
provided  by  a  highly  precise  ensemble  of  clocks  and  standards,  the 
problem  remained  of  finding  a  simple,   reliable,   and  inexpensive  method 
of  providing  a  daily  calibration  of  the  Fort  Collins  standards  with  respect 
to  the  NBS  reference  standards  in  Boulder. 

This  paper  describes  some  of  the  current  efforts  of  the  Time  and 
Frequency  Division  of  the  NBS.    These  include  the  generation  of  the 
computed  NBS  time  scales,  their  translation  into  real  working  clocks, 
and  the  use  of  these  clocks  in  coordination  efforts  with  other  standards 
laboratories.    The  coordination  of  the  Fort  Collins  site  clocks  and 
frequency  standards,  the  measurement  and  control  of  LF  and  VLF 
radiated  phase,  and  the  method  of  coordination  of  the  Fort  Collins 
master  clock  with  that  of  NBS/Boulder  are  also  described. 

2.    STANDARD  FREQUENCY  AND  TIME  GENERATION 
2.  1    Atomic  Frequency  and  Time  Standards  Section 

With  the  advent  of  the  first  working  atomic  clock  system  in  1948, 
developed  by  Harold  Lyons  at  NBS/Washington,  the  era  of  the  highly 
accurate  atomic  standards  was  born.    The  first  work  at  NBS/Boulder 
was  under  the  project  direction  of  Dr.  R.  C.  Mockler.    This  early  work 
included,  among  other  tilings,  the  refinement  of  the  original  NBS  cesium- 
beam  device,  NBS-I. 

In  late  1959,  the  Atomic  Frequency  Standards  Project,  including 
the  cesium  beam  and  ammonia  maser  development  work,  was  combined 
with  the  project  concerned  with  theoretical  and  practical  aspects  of 
atomic  time  scales  to  form  the  Atomic  Frequency  and  Time  Standards 
Section. 
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2„  1  o  1    The  NBS  Frequency  Standard 

The  operations  of  the  Atomic  Frequency  and  Time  Standards 
Section  are  presently  centered  on  a  device  known  as  NBS-III,  which 
serves  as  the  NBS  Frequency  Standard.    This  machine,  which  is  a  long- 
beam  cesium  resonance  standard,   is  probably  the  most  thoroughly 
evaluated  standard  of  its  kind.    The  most  important  requirement  for  a 
primary  frequency  standard  is  high  accuracy,   where  the  term  "accuracy" 
refers  to  an  estimate  of  how  far  the  output  frequency  of  the  standard 
may  deviate  from  the  ideal  frequency  defined  with  respect  to  an  isolated 
cesium  atom.    In  order  to  determine  the  limits  of  accuracy  of  such  a 
standard,  the  possible  causes,  the  cures  in  some  cases,  and  the  esti- 
mated magnitude  of  any  and  all  small  frequency  shifts  must  be  known: 
hence  the  continuing  study  of  NBS-III  by  the  Section  personnel.  NBS-III 
does  not  operate  continuously;  its  main  function  is  the  frequency  measure- 
ment of  the  frequencies  of  the  working  ensemble  of  clocks.    These  data, 

as  described  in  the  next  section,   are  used  in  producing  the  AT(NBS)  time 

-12 

scale.    The  accuracy  of  NBS-III  is  ±  5  x  10       ,  based  on  3d  estimates 
of  all  uncertainties. 

2.1.2    Computed  or  "paper"  time  scales 

The  Section  maintains  six  o  scillator  -  clock  combinations  that  are 
used  in  producing  three  computed  time  scales.    One  might  ask  not  only 
what  is  a  "paper"  time  scale,  but  also  how  is  it  produced,  and  then  how 
is  it  used. 

The  paper  time  scales,  AT  (NBS),"  SAT  (NBS),"  and  UTC(NBS)," 
are  in  fact  computer  printouts  which  relate  the  indicated  time  of  each 
of  the  six  clocks  in  the  ensemble  to  the  computed  scales  that  are 


See  Appendix. 
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produced  by  the  computer.    The  computer  utilizes  the  current  measured 
frequency  of  each  oscillator  with  respect  to  NBS-III  along  with  the  past 
history  of  each  of  the  six  oscillators  to  apply  a  weighting  factor  to  each 
oscillator  based  on  its  performance.    The  computed  scales  produced  are 
more  uniform  than  a  scale  produced  by  the  best  unit  of  the  ensemble. 
The  computer  output  is  a  set  of  numbers  that  are  the  time  differences 
between  each  clock  output  and  the  computed  scales.    With  this  information, 
one  has  a  mechanism  for  comparing  clocks  nationally  or  internationally 
and  also  for  comparing  the  timekeeping  performance  of  individual  clocks 
comprising  the  time  scale  system.    Figure  1  is  a  simplified  diagram  of 
the  system  that  produces  the  NBS  time  scales.    More  comprehensive 
versions  of  all  drawings  in  this  document  are  available  from  the  Frequency- 
Time  Broadcast  Services  Section  of  the  Time  and  Frequency  Division. 

2.1.3    Operational  clock  systems 

The  Section  maintains  three  operational  clock  systems.    The  out- 
puts of  these  systems  are  electrical  seconds  pulses  as  well  as  visual 
displays  of  epoch.    The  time  scale  based  on  the  primary  NBS  clock, 
designated  as  Clock  #7,  closely  approximates  the  AT(NBS)  time  scale. 
Corrections  for  Clock  #7  relative  to  the  AT  (NBS)  time  scale  are  computed 
at  regular  intervals.    Probably  the  most  useful  clock  in  a  practical  sense 
is  the  unit  designated  Clock  #8.    This  clock's  output  closely  approximates 
the  UTC(NBS)  time  scale.    The  daily  deviations  of  Clock  #8  from  the 
UTC(NBS)  time  scale  are  published  monthly  in  the  NBS  Time  and 
Frequency  Services  Bulletin.    The  deviation  of  this  clock  from  the 
UTC(NBS)  time  scale  is  constrained  to  always  be  less  than  1  microsecond 
and  seldom  exceeds  ±0.2  microsecond.    The  third  system,  operating 
from  an  independent  quartz  crystal  oscillator,  is  a  backup  atomic  rate 
clock  designated  Clock  #0.    A  time  comparator  and  24-hour  alarm  system 
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are  associated  with  Clock  #0  and  Clock  #7.    This  alarm  is  actuated  if 
Clock  #7  diverges  from  Clock  #0  by  more  than  5  microseconds.    All  of 
the  frequency  standards  in  the  operational  system  operate  on  the  "atomic" 
frequency.    To  produce  an  operational  clock  whose  rate  more  nearly 
approximates  that  of  the  UTC  clock  based  on  the  earth's  rotation,  a 
fixed  frequency  offset  generator  is  placed  between  the  atomic  standard 
and  the  operational  clock,   such  as  Clock  #8.    This  offset  rate  for  19&9 
is  -300  x  10  ^   .    An  adjunct  to  the  operational  clock  systems  is  the 
clock  comparison  link  to  Fort  Collins  that  utilizes  television  synchro- 
nizing pulses.    Figure  2  is  a  simplified  diagram  of  these  operational 
clock  systems. 

2.2    Radio  Station  WWV,  Fort  Collins,  Colorado 

The  heart  of  the  time  and  frequency  generation  system  at  WWV  is 
a  set  of  three  commercial  cesium-beam  frequency  standards.  These 
standards  are  the  basis  for  three  identical  generating  units  which  pro- 
vide to  the  transmitters  a  composite  rf  signal  containing  the  complete 
WWV  format. 

The  Cs  standards,  through  a  series  of  dividers  and  distribution 
amplifiers,   drive  the  three  master  clocks  or,  more  specifically,  the 
three  WWV  time-code  generators.    These  time-code  generators  provide 
the  standard  600  Hz,  440  Hz,   1  kHz,   and  all  the  gates,   codes,  etc., 
necessary  to  produce  this  rather  complex  format.    Figure  3  shows  a 
simplified  drawing  of  the  WWV  time  and  frequency  generating  system 
at  Fort  Collins. 

2.3    Radio  Station  WW VB,   Fort  Collins,  Colorado 

The  WWVB  time  and  frequency  generating  system  is  somewhat 
similar  to  that  of  WWV,  although  not  as  elaborate.    WWVB  uses  a  highly 
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stable  quartz  crystal  oscillator  as  the  standard  frequency  generator. 
This  crystal  oscillator  is  referenced  against  NBS-ffl  as  noted  later. 
Following  this  quartz  crystal  oscillator  is  a  device  known  as  a  frequency 
drift  corrector,  which  compensates  for  both  frequency  offset  and  rate 
change  of  the  quartz  crystal  oscillator.    The  format  for  the  time  code 
and  the  60  kHz  driving  frequency  are  produced  by  a  special  time-code 
generator,  while  two  other  generators  are  driven  by  a  second  quartz 
oscillator.    These  generators,   along  with  the  oscillators  and  other 
equipment,  provide  three  semi-independent  generating  systems. 
Figure  4  shows  the  arrangement  of  this  equipment. 

2.4   Radio  Station  WWVL,  Fort  Collins,  Colorado 

The  frequency  generation  for  WWVL  is  like  that  of  WWVB  in  that 
quartz  crystal  oscillators  and  drift  correctors  are  used  as  the  primary 
frequency  generators.    Since  there  is  no  complex  time  format  in  this 
case,  the  one  or  two  operating  frequencies  are  programmed  to  the  trans- 
mitter by  NBS-built  equipment.    The  synthesizers  are  units  from 
commercial  VLF  phase -tracking  receivers.    At  present,  two  frequencies 
are  transmitted  alternately  every  ten  seconds.    The  transmitter  is  shut 
off  for  about  0.  1  second  out  of  each  ten-second  period  to  allow  the  fre- 
quency changeover.    The  carrier  shutoff  is  "on  time"  with  respect  to 
the  UTC(NBS)  time  scale.    See  fig.  5  for  a  simplified  diagram  of  this 
system. 

A  second  complete  generating  and  programming  system  for  WWVL 
is  nearing  completion.    The  new  system  will  allow  the  transmission 
format  to  encompass  from  one  to  three  operating  frequencies.  The 
order  of  frequency  transmission  and  the  time  length  of  each  can  be 
controlled.    The  local  servo  system  for  the  new  generation  and  control 
equipment  is  discussed  in  section  3.    Figure  5a  shows  this  new  system. 
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2.5    Radio  Station  WW VH,  Maui,  Hawaii 

Station  WWVH  began  operation  in  1948  and  is  now  the  oldest  existing 
facility  operated  by  the  NBS  Time  and  Frequency  Division.    Because  the 
generation  and  control  systems  and  equipment  have  been  little  modified 
since  1948,  they  remain  rather  primitive.    A  good  quality  quartz  crystal 
oscillator  provides  the  driving  frequency  at  2.5  MHz.    This  oscillator 
is  referenced  indirectly  against  NBS-III  via  the  NBS  VLF  broadcasts. 
The  440  Hz,   600  Hz,  and  1200  Hz  tones  for  the  format  are  generated  by 
NBS- constructed  equipment.    WWVH  has  one  standby  clock  system. 

WWVH  is  soon  going  to  be  completely  rebuilt  on  a  new  site  at  Kauai, 
Hawaii,  with  operation  at  the  new  facility  commencing  about  January  1, 
1971.    The  generation  and  control  equipment  for  the  new  WWVH  will 
mirror  the  system  now  in  operation  at  WWV.    Figure  3  shows  the 
WWV  system. 

3.    TRANSMISSION  OF  TIME  AND  FREQUENCY 

3.  1    Transmission  from  WWV 

The  multiple  outputs  from  the  rf  driver  units  in  the  shielded  control 

room  are  supplied  directly  to  the  transmitters.    The  WWV  transmitters 

are  simply  high-power  linear  amplifiers  and  therefore  do  not  contain 

audio  circuits  or  modulators.    The  delay  from  the  time -code  generator 

to  the  antenna  is  much  less  than  the  transmitted  accuracy  specified  for 

WWV  and  is  therefore  neglected. 

The  specifications  as  published  in  the  Time  and  Frequency  Services 

- 12 

Bulletin  are:    frequency  within  ±5x10        of  the  NBS  Frequency  Standard; 
time  within  ±  5  microseconds  of  the  UTC(NBS)  and  UTC(USNO)  time 
scales  (these  two  time  scales  have  been  coordinated  since  October  19&8 
and  are  identical  to  within  state-of-the-art  comparison  techniques). 
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3.  2    Transmission  from  WWVB 

WWVB's  transmitter  and  radiating  system  have  an  overall  "Q" 
factor  of  somewhat  less  than  ]00.    This  "QM  factor  is  sufficiently  low  to 
allow  operation  without  any  phase  control  on  the  antenna.     Future  plans 
call  for  a  "local"  servo  system  to  continuously  adjust  the  transmitted 
phase  at  the  antenna  to  be  in  agreement  with  the  local  station  reference. 
The  local  servo  system  compensates  for  the  phase  perturbations  due 
to  wind  shifting  the  antenna.     These  excursions  seldom  exceed  0.  5 
microsecond  peak-to-peak.    To  correct  for  discrete  phase  shifts  that 
occur  whenever  the  antenna  is  tuned,  a  manual  phase  compensation  is 
made  based  on  a  continuously-operating  phase  monitor. 

The  relationship  between  a  time  pulse  or  carrier  cycle  and  the 
epoch  of  a  time  scale  becomes  important  when  one  operates  a  standard 
time  and  frequency  station  in  the  LF  range.     The  time  at  which  a  par- 
ticular carrier  crossover  occurs  for  WWVB  is  published  on  a  daily 
basis  in  the  monthly  issues  of  the  Time  and  Frequency  Services  Bulletin. 
This  first  carrier  crossover  at  the  antenna  occurs  about  6  microseconds 
after  the  marker  pulse  of  SAT(NBS). 

The  following  points  should  be  noted:    (1)    The  radiated  phase  is 
late  relative  to  the  epoch  of  SAT(NBS)  because  of  the  delays  through  the 
WWVB  transmission  system.    The  master  time-code  generator  at 
WWVB  is  maintained  in  close  agreement  with  SAT(NBS)  and  any  time 
difference  between  SAT(NBS)  and  the  WWVB  time -code  generator  is 
known  at  all  times.    (2)    When  a  phase  or  time  error  between  the  epoch 
of  SAT(NBS)  and  the  WWVB  time-code  generator,  and  hence  the  WWVB 
radiated  phase,  occurs,  the  error  is  corrected  by  changing  the  frequency 
of  the  WWVB  quartz  crystal  oscillator.     The  maximum  rate  of  correction 
is  limited  to  0.  1  microsecond  per  four-hour  period.     In  other  words, 
during  times  of  phase  correction,  the  frequency  of  WWVB  can  be  in  error 
with  respect  to  the  NBS  reference  frequency  by  as  much  as  6  x  ]0 
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3.  3    Transmission  from  WWVL  (Experimental) 

The  transmitted  phase  of  WWVL  is  controlled  more  precisely 
than  that  of  any  other  NBS  transmission.     There  are  two  reasons  for 
this:    (1)    The  realizable  stability  of  the  transmission  through  the 
medium  in  the  20  kHz  region  is  quite  high,  and  (2)  the  susceptibility  of 
the  transmission  system  to  phase  perturbations  is  also  quite  high.  The 
"Q"  of  the  antenna  system  is  of  the  order  of  1000.    With  a  tuning 
reactance  of  greater  than  500  ohms,  a  change  in  this  reactance  of  0.  2% 
causes  a  phase  shift  of  45    or  more  than  six  microseconds.  Every 
effort  is  made  to  hold  the  transmitted  phase  to  within  ±  0.  1  microsecond 
of  its  nominal  value.     This  calls  for  a  highly  sensitive  "local"  servo 
system. 

This  local  servo  begins  with  a  pickup  loop  located  in  the  building 
containing  the  antenna  loading  coil.     The  voltage  from  this  coil  is 
supplied  through  a  buried  coaxial  cable  to  the  shielded  control  room  in 
the  transmitter  building.     This  signal,  through  an  AGC  amplifier,  is 
compared  with  the  output  of  the  WWVL  rf  synthesizers.    Any  phase 
shifts  detected  at  the  loading  coil  building  are  quickly  compensated  for 
by  the  local  servo-driven  phase  shifter.     There  is  one  of  these  phase 
shifters  for  each  transmitted  frequency.     In  addition,  the  input  phase 
to  the  transmitter  is  adjusted  so  that  the  zero  voltage  crossover  of  the 
radiated  field  as  measured  at  the  antenna  occurs  at  the  epoch  of  the 
UTC(NBS)  time  scale.      This  is  done  for  all  transmitted  frequencies. 

Mentioned  briefly  in  section  2.  4  was  the  new  WWVL  generation 
and  control  system,  which  has  been  tested  but  is  not  yet  in  use.  This 
new  system  is  much  improved  over  the  existing  control  servo.  For 
instance,  the  "dead-band"  of  the  original  system  was  about  0.  2  micro- 
second.    The  new  system  "dead-band"  is  of  the  order  of  20  nanoseconds. 
The  new  system  has  a  single  servo  motor-amplifier  driving  the  three 
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phase  shifters.     Since  each  phase  shifter  is  continuously  driven,  any 
error  is  "pre  cor  re  cted"  by  the  phase  shifter  that  will  be  controlling  the 
transmitter  in  the  next  transmitting  ]  0-se cond  pe riod.     This  tends  to 
reduce  the  phase-noise  of  the  transmission.    This  noise  can  be  as  high 
as  2  microseconds  peak-to-peak  in  the  current  system. 

Again,  as  in  the  case  of  WWVB,  any  errors  between  the  radiated 
phase  and  the  epoch  of  UTC(NBS)  are  known  at  all  times,  and  corrected 
by  the  same  procedure  and  at  the  same  maximum  rate  of     6  x  1  0 

3.4    Transmission  from  WWVH 

Unlike  the  high-frequency  transmitters  at  WWV,  the  units  at  Maui 
are  high-level  modulated  standard  AM  transmitters.     The  2.  5  MHz  from 
the  controlling  crystal  oscillator  is  fed  to  each  transmitter.  Amplifica- 
tion or  multiplication  of  this  frequency  is  carried  out  by  each  transmitter 
as  necessary.    The  various  time-ticks,  tones,  voice  announcements,  and 
Morse  Code  information  groups  are  fed  to  the  modulators  of  the  trans- 
mitters.    Even  though  the  WWVH  master  clock  is  nominally  maintained 
in  close  agreement  with  UTC(NBS),  the  transmitter's  modulation  cir- 
cuits degrade  this  performance  somewhat.     Station  specifications  are: 
frequency  within  ±  5  x  10   ^  of  the  NBS  Frequency  Standard,  and  time 
nominally  within  ±  20  microseconds  of  UTC(NBS)  and  UTC(USNO). 

4.    TIME  AND  FREQUENCY  INTERCOMPARISONS 

4.  1    Among  the  Fort  Collins  Standards 

4.  1.  1    WWV  self  comparisons 

As  was  mentioned  earlier,  WWV  has  three  independent  time  and 
frequency  generating  systems.    These  units  are  intercompared  at  three 
different  locations  in  the  systems:    First,  the  phases  of  the  "atomic" 
1  MHz  outputs  from  the  dividers  following  the  cesium  standards  are 
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intercompared.    The  outputs  of  the  phase  detectors  used  are  applied 
through  meter  relays  to  a  multi- channel  chart  recorder  with  a  1 -micro- 
second full  scale.    Second,  following  the  motor-driven  offset  generator, 
the  phases  of  the  1  MHz  outputs  from  the  UTC  dividers  are  intercompared. 
The  phase  comparison  record  is  arranged  to  be  on  the  same  multi-channel 
recorder.    The  meter  relays  are  so  adjusted  that  a  1 -microsecond 
change  in  the  phase  difference  between  any  two  standards  results  in  an 
alarm  sounding.    The  third  inte rcomparison  is  accomplished  at  the 
time-code  generators.    The  36-bit  NASA  time  code  from  each  generator 
is  monitored  by  a  code  comparator.    The  alarm  is  sounded  if  the  output 
from  any  unit  diverges  from  any  other  by  5  microseconds,  or  if  a  clock 
jumps  phase  such  that  its  code  is  misaligned  with  respect  to  that  of  any 
other  unit.    With  these  three  comparison  systems  any  standard,  offset 
generator,  divider  chain,  or  time-code  generator  that  fails  can  be 
immediately  detected.    See    fig  -  3  for  a  simplified  block  diagram  showing 
the  comparison  systems. 

4.1.2   WWV  to  WWVB  and  WWVL 

The  standard  100  kHz  output  from  the  WWV  time  and  frequency 
generating  system  designated  "Rack  A"  is  sent  by  coaxial  cable  to  the 
WWVB/VL  control  room.    This  standard  frequency  drives  a  digital  clock 
designated  as  the  "Fort  Collins  Master  Clock.  "   All  measurements  of 
the  WWVL  and  WWVB  local  clocks,  which  are  driven  by  the  quartz 
crystal  oscillators,  are  in  terms  of  this  Master  Clock.    This  Master 
Clock  pulse  is  also  returned  by  coaxial  cable  to  the  WWV  control  room. 

This  system  of  clock  inte rcomparisons  effectively  prevents 
undetected  clock  or  time -code  generator  failures. 

In  addition  to  the  clock  comparisons,   the  quartz  crystal  oscillators 
that  form  part  of  the  LF  and  VLF  generating  systems  are  continuously 
compared  with  the  standard  100  kHz  signal  from  WWV  (see  fig* 
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4.  2    Between  the  Fort  Collins  Standards  and  the  WWVH  Standard 

Station  WWVH  uses  all  available  information  to  maintain  close 
ties  with  the  Fort  Collins  standards.     This  includes  continuous  monitoring 
of  stations  WWVB  and  WWVL  and  frequent  comparisons,  via  portable 
clock,  with  a  phase  stabilized  Naval  communications  station  on  the  island 
of  Oahu.     Via  portable  clocks  and  other  means  the  relationship  between 
the  master  clock  at  this  Naval  radio  station  and  the  clocks  at  Fort 
Collins  and  Boulder  is  known  at  all  times  to  within  a  few  microseconds. 

4„  3    Between  the  Fort  Collins  Standards  and  the  NBS  Standards 

4.  3.  1    Portable  clocks 

The  most  reliable  high-precision  method  of  comparing  the  Fort 
Collins  Master  Clock  with  the  NBS/Boulder  Clock  #8  is  to  physically 
carry  a  cesium-standard-driven  clock  between  the  two  locations.  A 
highly  accurate  clock  of  this  sort  normally  loses  or  gains  less  than  0.  1 
microsecond  during  the  four-hour  round  trip.     To  perform  this  task  on 
a  daily  basis  is  expensive  and  unnecessary.      Nevertheless,  a  portable 
clock  is  occasionally  carried  to  Fort  Collins  when  circumstances  dictate. 

4.  3.  2    TV  synchronizing  pulse  method 

a.  Theory 

Because  the  portable  clock  method  for  clock  synchronization  is 
expensive  and  time  consuming,  and  the  Boulder-Fort  Collins  continuous 
phase  loop  had  been  eliminated  because  it  added  short-term  phase  errors 
due  to  sky-wave  interference,  a  new  method  had  to  be  found.    In  1967, 
Tolman,  et  al"^  described  a  method  for  comparing  remote  clocks  using 
television  synchronizing  pulses  for  time  transfer.    Since  May  1968, 

^  Tolman,   et  al,   "Microsecond  clock  comparison  by  means  of  TV  syn- 
chronizing pulses,  "    IEEE  Trans,  on  Instr.  andMeas.,  vol.  IM-16, 
No.  3,  September,  1967. 
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this  method  has  been  used  to  compare  the  Master  UTC  Clock  at  Fort 
Collins  with  the  NBS  Clock  #8  at  Boulder. 

Figure  7  is  a  space-time  diagram  of  how  the  method  is  developed. 
Assume  fig.   7  is  a  map  of  the  geographical  area  in  question  at  one  instant 
in  time.    Located  on  the  map  are  five  TV  synchronizing  pulses  as  they 
might  be  at  this  instant. 

From  the  diagram,  if  the  Boulder  clock  and  the  Fort  Collins  clock 
agree,   the  delay  time  over  the  distance         -  is 

4X 

D  =          +  B  -  A  microseconds,  (1) 

c 

where  —  =  one  synchronizing  pulse  period,   or  63.55  microseconds.  The 
c 

values  B  and  A  are  found  by  using  the  local  clock  tick  as  the  start  pulse 
of  a  time -interval  measurement  and  a  synchronizing  pulse  from  a  local 
TV  set  as  the  stop  pulse.    In  the  case  of  fig.  7,  pulse  #1  stops  the  Boulder 
time  interval  measurement  at  the  value  "A"  and  pulse  #5  stops  the  Fort 
Collins  time  interval  measurement  at  the  value  "B".    If  now  the  Fort 
Collins  clock  is  early  relative  to  the  Boulder  clock,   the  value  B  will 
increase  because  the  interval  will  be  longer.    From  the  diagram,  this 
longer  interval  B'  will  be 

B'  =  B  +  At  (2) 

e 

where  At    is  the  amount  early, 
e 

Computing  the  delay  time  D  using  great  circle  distance  calculations 
and  substituting  eq.  (2)  into  eq.  (1), 

4\ 

At    =  —  -  D  +  (B'  -  A)  microseconds.  (3) 
e  c 

b.  Results 

The  TV  synchronizing  pulse  method  of  clock  intercomparisons  was 
put  in  service  in  May  1968.    The  measurements  have  been  made  on  a 
daily  basis  since  then.    During  the  actual  measurement,   some  ten  to 
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twenty  readings  are  taken.    The  spread  over  this  number  of  readings  has 
seldom  exceeded  ±0.5  microsecond.    The  average  of  this  group  is  re- 
corded.   When  the  Fort  Collins  Master  Clock  has  diverged  from  NBS 
Clock  #8  by  about  one-half  microsecond,  the  Fort  Collins  clocks  are  all 
reset  to  the  correct  time.  These  "correct"  times  will  vary  from  clock  to 
clock.    For  instance,  the  master  clock  at  WWVL  is  maintained  at  a 
nominal  and  arbitrary  18  microseconds  early  with  respect  to  Clock  #8, 
to  allow  for  easier  clock  intercomparisons  at  Fort  Collins.    The  WWV 
clocks  are  maintained  "on  time." 

The  following  table  shows  the  results  of  the  comparisons  between 
the  TV  synchronizing  pulse  method  and  eight  portable  clock  trips  from 
Boulder  to  Fort  Collins,   starting  in  May  1968  and  ending  in  December 
1968. 

Table  1 


Portable  Clock  Reading  TV  Reading 

Date        Fort  Collins  Master  Clock  -  #8        Fort  Collins  Master  Clock  -  #8 


May  14 

17. 

63 

Us 

17. 

92 

Us 

May  20 

17. 

99 

Lis 

18. 

64 

Us 

July  5 

17. 

34 

Us 

17. 

74 

us 

July  8 

17. 

10 

US 

17. 

20 

Us 

Oct.  23 

17. 

65 

Us 

17. 

57 

Us 

Nov.  1 

17. 

89 

Us 

17. 

79 

Us 

Nov.  15 

18. 

20 

Us 

18. 

24 

Us 

Dec. 

17. 

33 

Us 

17. 

26 

Us 

It  seems  probable  from  the  data  that  as  the  staff  became  more 
familiar  with  the  measurement  scheme,  the  accuracy  with  respect  to  the 
portable  clock  readings  improved. 
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The  method  was  proved  to  be  satisfactory- -the  precision  and 
accuracy  are  of  a  high  order.    The  drawbacks  to  the  current  system 
are  mainly  in  the  measurement  technique.    The  amplified  synchronizing 
pulses  themselves  are  not  used;  the  actual  measurement  is  made  with 
the  set's  internal  oscillator  that  is  phase  locked  to  the  incoming  pulses. 
It  will  be  obvious  to  servo- systems  people  that  this  method  is  fraught 
with  problems  (the  free -running  frequency  of  the  internal  oscillator  must 
be  preset,  for  example). 

A  new  system  under  development  at  the  NBS  utilizes  the  amplified 
pulses  from  a  more  stable  color  TV  system.    The  new  system  has 
promise  of  improving  the  accuracy  of  the  measurements  by  an  order 
of  magnitude. 
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APPENDIX 


EXPLANATION  OF  NBS  TIME  SCALES 
AT(NBS) 

AT(NBS)  is  an  Atomic  Time  Scale,  previously  called  NBS-A,  whose 
rate  is  determined  by  the  primary  frequency  standard  of  the  National 
Bureau  of  Standards  (NBSFS).    This  standard  (NBS-III  cesium  beam) 
realizes  the  second  as  defined  in  the  International  System  of  Units  (SI). 
The  epoch  of  the  scale  was  in  agreement  with  UTC(NBS)  at  0000  UT 
1  January  1958. 

SAT(NBS) 

Stepped  Atomic  Time  is  a  coordinated  time  scale;  i.e.,  the  Inter- 
national Time  Bureau  (BIH)  determines  when  steps  in  epoch  of  0.  2 
second  should  occur  to  keep  this  scale  in  approximate  agreement  with 
UT2.    The  rate  for  this  scale  was  the  same  as  for  AT(NBS)  prior  to 
1  October  1968.    The  NBS  and  the  U.  S.  Naval  Observatory  (USNO) 
agreed  upon  a  coordinate  rate  starting  0000  UT  1  October  1968  for 
SAT(NBS),  and  this  rate  may  be  written  as: 

f  =  (f^^J  (1  +.4  x  10"13)  from  10/1/68  to  5/1/69 

coordinate        NBSFS  '    '  '  1 

f  ,     =  (f.TOC„c)  (1  +  5  x  10"13)  from  5/1/69  to  present 

coordinate  NBSFS 

In  other  words,  SAT  (NBS)  presently  runs  at  a  rate  higher  in  fractional 

1  3 

frequency  than  AT  (NBS)  by  5  parts  in  10     .    SAT  (NBS)  is  the  time  scale 
broadcast  by  Radio  Station  WWVB.    Note:    The  difference  in  rate  between 
these  scales  is  relevant  only  to  international  and  national  standards 
laboratories  and  observatories  such  as  the  BIH  and  NBS,   and  this  in  no 
way  affects  all  other  users  of  this  transmitted  signal. 
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UTC(NBS) 

UTC(NBS)  is  a  coordinated  time  scale;  i.e.,  the  BIH  determines 
when  steps  in  epoch  of  0.  1  second  and  changes  in  rate  should  occur  to 
keep  this  Universal  Time  Scale  in  approximate  agreement  with  UT2.  Near 
1  October  1968,  the  time  difference,  UTC(USNO)  -  UTC(NBS),  was  zero. 
The  NBS  and  the  USNO  agreed  on  a  coordinate  rate  for  these  two  time 
scales  starting  0000  UT  1  October  1968.    The  coordinate  rate  was  chosen 
as  an  average  of  the  two  rates,  as  determined  by  portable  clocks,  prior 
to  1  October  1968.    The  USNO  and  NBS  intend  to  maintain  synchronization 
of  the  UTC  scales  to  within  about  5  microseconds  by  using  an  appropriate 
coordinate  rate.    The  present  coordinate  rate  of  UTC(NBS)  is: 

fUTC(NBS)  =  Coordinate'  (1  "  300  Xl0"10)  ' 

or 

W(NBS)  =  <fNBSFS»  (1  -299.995  xlO"10). 
This  last  equation  is,  again,  useful  only  to  other  standards  laboratories. 
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World-wide  Time  Synchronization 


LaThare  N.  Bodily,  Dexter  Hartke,  and  Ronald  C.  Hyatt 1 

Continued  interest  in  precise  time  comparisons  provided  by  the  -hp- 
flying  clocks  led  to  a  new  and  more  ambitious  experiment.  This  experi- 
ment, with  higher  precision  even  than  before,  was  performed  during  the 
months  of  May  and  June.  Portable  cesium-controlled  clocks  again  were 
used  but  with  refinements  that  enabled  a  potential  measurement  resolution 
of  0.02  |us  in  time  comparisons.  As  a  result  of  the  intercomparisons  provid- 
ed by  the  traveling  time  standards  in  the  company-funded  experiment, 
many  facilities  now  know  with  greater  precision  (about  0.1  ^s)  how  the 
time  of  day  at  their  installations  compares  with  those  of  other  time-keep- 
ing centers. 

The  1966  flying-clock  experiment  also  provided  additional  data  for 
long-term  comparisons  between  time  scales. 

Hewlett-Packard  Journal,  Vol.  17,  No.  12,  13-20  (August  1966). 


1  Hewlett-Packard  Co.,  Palo  Alto,  Calif.  950B0,  U.S.A. 

Progress  in  the  Distribution  of  Standard  Time  and  Frequency, 

1963  through  1965 

John  M.  Richardson 1 

Progress  in  accurate  long  distance  distribution  of  standard  time  and 
frequency,  as  reported  in  the  literature  from  1963  through  1965,  is  sum- 
marized. Techniques  are  by  VLF,  LF,  and  HF  radio  propagation,  by 
satellite  relay,  and  by  portable  clocks.  Effects  on  standard  frequency 
transmissions  of  variations  in  VLF  propagation  with  geophysical  phenom- 
ena are  quantitatively  understood.  VLF  and  LF  transmissions  have  pro- 
vided careful,  long-term,  statistical  comparison  of  remotely  located  atomic 
frequency  standards.  Precision  of  at  least  2  parts  in  1011  for  a  24-hour 
observation  period  is  possible  at  5000  km.  The  phase  of  some  standard 
frequency  transmitters  is  routinely  steered  by  VLF  at  distances  up  to 
5300  km.  Global  distribution  of  standard  time  by  VLF  to  microsecond 
resolution  has  been  shown  feasible.  The  null  beat  between  two  neighboring 
VLF  carriers  has  been  observed  to  propagate  stably  enough  to  mark  a 
particular  VLF  cycle  at  1400  km,  and  the  beat  period  can  be  long  enough 
to  enable  ordinary  time  signals  to  mark  a  particular  null  beat.  Inter- 
continental time  synchronization  by  microwave  pulses  has  been  accom- 
plished via  Telstar  and  Relay  II  satellites.  Accuracy  is  stated  to  be  several 
microseconds.  Portable  cesium  clocks  have  served  as  global  transfer  stand- 
ards with  degradation  of  timing  accuracy  of  only  about  a  microsecond  per 
trip.  Results  by  all  the  above  methods  are  consistent  with  each  other  and 
with  stated  accuracies  of  atomic  standards  involved. 

Progress  in  Radio  Science  1963-1966 
Part  1,  Proc.  XVth  General  Assembly  of  URSI,  Munich,  40-62 
(September  5-15,  1966). 

1  NBS,  Boulder,  Colo.  80302,  U.S.A. 
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Microsecond  Clock  Comparison  By  Means  Of  TV  Synchronizing  Pulses 

Jiri"  Tolman,  Vladimir  Pt£c"ek,  Antomh  Soucek  and  Rudolf  Stecher, 
IEEE  Trans,  on  Instru.  and  Meas.  ,  Vol.  IM-16,  No.  3,  247-254 
(September  1967). 

A  new  method  for  precise  clocks  comparison  is  described  making 
use  of  the  short  rise  time  of  the  synchronizing  pulse  of  a  current  TV 
picture  signal.    It  is  shown  that  by  measuring  simultaneously  the  time 
interval  between  one  and  the  same  selected  TV  frame  synchropulse  and 
the  pulses  derived  from  the  respective  clocks,  these  clocks  may  be 
compared  with  microsecond  accuracy  even  if  widely  separated,  provided 
that  appropriate  correction  for  the  travel  time  of  the  synchropulse  is 
applied. 

An  experiment  concerning  international  clock  comparison  between 
Prague  and  Potsdam  is  described,  and  the  numerical  results  presented. 
Synchronization  of  clocks,  separated  by  about  300  km,  to  about  2  |is  was 
accompli  shed,  and  it  appears  that  0.  1  \ls  is  feasible.    Further  possible 
applications  of  this  method  are  discussed. 


SIGNAL  DESIGN  FOR  TIME  DISSEMINATION:   SOME  ASPECTS 

J.  L.  Jespersen 


The  purpose  of  this  paper  is  to  discuss,  in  a 
general  way,  some  problems  of  time  signal  dissem- 
ination in  a  noisy  environment.    Most  of  the  paper  applies 
to  any  timing  system,  but  particular  emphasis  is  given  to 
a  CW  two-frequency  system.    This  is  done  for  two  reasons: 
first,  as  will  be  shown,  a  two-frequency  CW  system  evolves 
naturally  from  fundamental  considerations  to  meet  certain 
user  requirements;  and  second,  a  two-frequency  VLF 
system  is  being  investigated  experimentally  at  the  present 
time. 

Key  Words:    VHF,  HF,  VLF,  time  and  frequency  dissem- 
ination, synchronization,   satellite,  noise. 

NBS  Technical  Note  357,    Issued  November  2,  1967 
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NBS  Frequency  and  Time  Broadcast  Services 


Radio  Stations  WWV,  WWVH,  WWVB,  WWVL 
P.  P.  Viezbicke,  Editor 

Special  Publication  236,  1970  Edition  (Issued  1970). 

Detailed  descriptions  are  given  of  the  technical  services  provided  by 
the  National  Bureau  of  Standards  radio  stations  WWV,  WWVH,  WWVB, 
and  WWVL.  These  services  are:  1.  Standard  radio  frequencies;  2.  Stand- 
ard audio  frequencies ;  3.  Standard  musical  pitch ;  4.  Standard  time  inter- 
vals ;  5.  Time  signals ;  6.  UT2  corrections ;  7.  Radio  propagation  forecasts ; 
and  8.  Geophysical  alerts.  In  order  to  provide  users  with  the  best  possible 
services,  occasional  changes  in  the  broadcasting  schedules  are  required. 
This  publication  shows  the  schedules  in  effect  on  February  1,  1970.  Annual 
revisions  will  be  made.  Current  data  relating  to  standard  frequencies  and 
time  signals  are  available  monthly  in  the  Time  and  Frequency  Services 
Bulletin.  Advance  notices  of  changes  occurring  between  revisions  will  be 
sent  to  users  of  NBS  broadcast  services  who  request  such  notice  on  the 
basis  of  need.2  *  The  19?2  Edition  is  now  available# 

Key  Words:  Broadcast  of  standard  frequencies;  high  frequency; 
low  frequency;  standard  frequencies;  time  signals;  very  low  frequency. 


1  NBS.  Boulder,  Colo.  80302,  U.S.A. 

2  Inquiries  concerning  the  Time  and  Frequency  Services  Bulletin  or  the  NBS  broadcast  service  policies 
may  be  addressed  to  Frequency-Time  Broadcast  Services  Section.  Time  and  Frequency  Division,  NBS, 
Boulder,  Colorado  80302. 


VLF   Propagation  Over  Distances  Between  200  and  1500  km 

J.  L.  Jespersen,  G.  Kamas,  and  A.  H.  Morgan 

The  measurements  discussed  in  this  paper  were  undertaken  as  part 
of  an  evaluation  of  the  NBS-WWVL  (20  kHz)  time  and  frequency  station 
near  Fort  Collins,   Colorado.    The  main  items  to  be  discussed  are  the: 
(1)  variation  in  the  VLF  ground  phase  pattern  as  a  function  of  distance 
from  the  transmitter;  (2)  magnitude  of  the  diurnal  phase  variation  as  a 
function  of  distance  from  the  transmitter;  and  (3)  correlation  of  the  phase 
fluctuations  at  19.  9  and  20.  0  kHz  at  a  distance  of  about  1300  km  from  the 
transmitter. 

Conference  on  M.F.,  L.F.,  and  V.L.F.  Radio  Propagation, 
(London,  England,  November  8-10,  1968,  W,  T.  Blackband,  Chairman), 
Inst.  Elec.  Engrs.,  (London)  Conference  Publication  No.  36  (Savoy- 
Place,  London,  England),  74-80,  (1967). 
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STANDARDS    AND    CALIBRATIONS  —  WWL    CHANGES    BROADCAST  FORMAT 


For  the  past  several  years  the  broadcasts  of  NBS  Radio 
Station  WWVL  (Fort  Collins,  Colo.)  have  been  used 
experimentally  in  a  program  to  study  VLF  time  synchro- 
nization capabilities.  A  time-shared  multifrequency  con- 
cept is  being  employed  to  conserve  bandwidth  and  to 
permit  various  degrees  of  receiving  equipment  sophistica- 
tion and  cost  within  the  same  system,  as  appropriate  to 
timing  requirements  of  the  user.  WWVL  broadcasts  on 
the  UTC  system  so  that  all  frequencies  listed  here  are 
nominal  only  and  are  offset  (for  1969  by  -300  X  10"10) 
from  the  atomic  definition.  Future  broadcasts  will  be 
restricted  to  use  of  the  following  frequencies,  which  are 
presently  assigned  to  the  National  Bureau  of  Standards: 
20.9  kHz,  20.5  kHz,  and  the  band  19.9  to  20.1  kHz. 


The  previous  broadcast  schedule  of  WWVL  consisted 
of  alternate  ten  second  transmissions  of  20.0  kHz  and 
20.5  kHz.  At  0000  UT  on  4  November  1969,  the  format  was 
changed  to  the  following:  Alternate  10  second  transmis- 
sions of  20.0  kHz,  19.9  kHz,  and  20.9  kHz,  with  the  20.0 
kHz   transmission  alternating  between   the  ten  second 

periods  of  19.9  and  20.9  kHz  transmissions,  that  is: 
For  10  seconds,  20.0  kHz  will  be  broadcast; 
Next  10  seconds,  19.9  kHz  will  be  broadcast; 
Next  10  seconds,  20.0  kHz  will  be  broadcast; 
Next  10  seconds,  20.9  kHz  will  be  broadcast; 
Etc.— 

This  experimental  schedule  will  continue  until  further 
notice.  -X- 

284        NBS  Technical  News  Bulletin  December  1969 


*For  a  description  see  "NBS  FREQUENCY  AND  TIME  BROADCAST 
SERVICES",  Nat.  Bur.  Stand,  (U.S.),  Spec.  Publ.  236,  revised  annually, 
available  from  the  Superintendent  of  Documents,  U.S.  Government  Print- 
ing Office,  Washington,  D.C.    20402,  for  25  cents. 


VLF  PRECISION  TIMEKEEPING  POTENTIAL  by  B.  Blair,  J.  Jespersen 
and  G.  Kamas,  National  Bureau  of  Standards,  Boulder,  Colorado,  U.S.A. 

Timing  needs  exist  today  for  synchronization  of  remote  clocks  to  tens  of 
microseconds  or  better.    This  paper  discusses  the  potential  of  dual-frequency  VLF 
transmissions  to  fulfill  those  needs.    The  approach  considers  corrections  for  the 
phase  distortions  and  inter- relationships  of  the  near  field  measurements  at  the  trans- 
mitter, phase  relations  of  the  near  field  to  the  far  field,  propagation  phase  stability, 
and  the  resulting  time  synchronization  at  a  remote  VLF  reception  point, 
from  WWVL  at  Fort  Collins,  Colorado,  U.  S.  A.  as  received  at  several  distant  points 
and  compared  with  local  cesium  frequency  standards.    The  transmission  format  of  10 
second  alternate  broadcasts  of  19.  9  and  20.  0  kHz  signals  (100  Hz  frequency  separation) 
resulted  in  less  than  desirable  cycle  identification.    The  100  Hz  separation  showed 
time  synchronization  possibilities  of  several  hundred  microseconds.    The  format  of 
20.  0  and  20.  5  kHz  time  shared  signals  (500  Hz  frequency  separation)  gave  positive 
cycle  identification  at  several  receiving  sites.    Portable  clock  comparisons  colla- 
borated such  time  synchronizations  to  10  microseconds  or  less.    Theoretical  group 
delay  predictions,  which  include  corrections  for  dispersion  effects,  have  been  derived 
and  are  presented  for  the  given  receiving  site  locations.    For  a  given  distance  and 
direction  from  a  transmitter  these  theoretical  predictions  may  provide  coarse  time 
bases  within  which  framework  VLF  cycle  identification  will  yield  the  fine  microsecond 
time  synchronization.    Because  the  differential  phase  variability  of  the  received  VLF 
signals  around  20.  0  kHz  is  essentially  identical  and  the  magnification  factor,  used  in 
determining  the  group  delay,  decreases  with  wider  frequency  separation  of  the  carriers, 
the  results  of  this  study  suggest  a  frequency  separation  of  perhaps  1000  Hz  would  offer 
greater  potential  for  consistent  cycle  identification. 

Reprinted  from;  International  Union  of  Radio  Science  (U. R.S.I.) 
XVIth  General  Assembly  Abstracts  (Ottawa,  Canada  -  Aug.  18-28, 
1969,  Commission  I),  p. 7  (1969).    Paper  to  be  published  in:  Pro- 
gress in  Radio  Science  1966-1969,  Part  I,  Proc.  XVIth  General 
Assembly  of  URSI,  Ottawa,    C.  E.  White,  Editor,  (In  press). 
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The  Power  Spectrum  and  Its  Importance  in  Precise 
Frequency  Measurements* 

J.  A.  BARNESf  and  R.  C.  MOCKLERf 


I.  Introduction 

THE  behavior  of  stable  signal  sources  such  as 
crystal  oscillators,  frequency  multipler  chains  and 
masers  can  be  usefully  described  in  terms  of  their 
power  spectra. 

The  problem  of  precise  frequency  measurement  can 
be  understood  only  by  a  fairly  detailed  knowledge  of 
the  frequency  source  and  the  effect  of  the  measuring 
system.  It  is  usually  sufficient  for  this  "detailed  knowl- 
edge" to  be  given  in  terms  of  the  power  spectrum. 

In  general  there  are  two  methods  of  precise  frequency 
measurement:  1)  determining  the  total  elapsed  phase  in 
an  interval  of  time  with  an  apparatus  like  a  synchro- 
nous clock  or  a  frequency  counter,  and  2)  direct  fre- 
quency measurement  by  a  resonance  method  usually 
involving  a  molecular  or  atomic  transition. 

It  can  be  shown  that,  in  general,  a  frequency  counter 
will,  on  the  average,  measure  the  frequency  of  the  center 
of  gravity  of  a  power  spectrum  resulting  from  frequency 
modulation  of  the  signal.  An  atomic  or  molecular 
resonance,  however,  will  not,  in  general,  measure  the 
center  of  gravity  of  the  power  spectrum.  Thus  for  a 
meaningful  comparison  between  an  atomic  resonance 
and  the  output  of  a  frequency  multiplier  chain,  it  is 
essential  to  know  the  spectral  distribution  of  the  signal 
from  the  chain  and  the  spectral  distribution  of  the 
atomic  resonance  (including  atomic  transitions  nearby 
the  particular  transition  of  interest). 

In  practice,  of  course,  one  attempts  to  obtain  a 
monochromatic  source  of  radiation  for  the  measure- 
ments. The  results  of  power  spectral  analysis  with  the 
ammonia  maser  spectrum  anayzer1  are  very  helpful 
in  this  regard.  Redesign  and  modifications  can  be  made 
until  the  observed  power  spectrum  has  the  proper 
character  and  purity.  The  spectrum  analyzer  system 
as  used  at  the  National  Bureau  of  Standards  is  shown 
in  Fig.  1. 

It  is  the  purpose  of  this  report  to  discuss  certain 
methods  of  obtaining  the  power  spectrum  and  sample 
results  of  such  experiments.  The  mean  instantaneous 
frequency  and  the  variance  of  the  instantaneous  fre- 
quency are  related  to  the  power  spectrum.  These  rela- 
tions are  particularly  useful  in  the  description  of  the 
short-time  frequency  stability  of  signal  generators  par- 


*  Received  by  the  PGI,  July  9,  1960.  Presented  at  the  1960 
Conference  on  Standards  and  Electronic  Measurements  as  paper  2-5. 

t  National  Bureau  of  Standards,  Boulder,  Colo. 

1  J.  A.  Barnes  and  L.  E.  Heim,  "A  High  Resolution  Ammonia 
Maser  Spectrum  Analyser,"  to  be  published. 
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Fig.  1 — Ammonia  maser — spectrum  analyzer  system. 

ticularly  in  view  of  the  simplicity  with  which  the  power 
spectra  can  be  obtained. 

II.  The  Power  Spectrum2 

Suppose  that  the  output  voltage  of  a  signal  generator 
is  some  function  of  the  time,  V(t).  We  can  write 


V{t) 


1  r  °° 

=  —  I  a(cjj)e^'du}, 


(1) 


provided  that  a(co)  vanishes  at  plus  and  minus  infinity. 
From  the  Fourier  integral  theorem 


=  J* 


(2) 


In  (2)  it  is  supposed  that  V{t)=0  outside  some  finite 
time  interval 

T  T 

t  =   to   t  =  — 

2  2 

for  the  purpose  of  avoiding  convergence  difficulties. 
Then 


a(«)  =  f  ViOe-^'di. 

J  -T/2 


(3) 


Physically  a(u>)du)  may  be  considered  the  amplitude  of 
the  frequency  component  of  V{t)  lying  in  the  range  co 
to  co-\-du. 


2  W.  R.  Bennett,  "Methods  of  solving  noise  problems,"  Proc. 
IRE,  vol.  44,  pp.  609-638;  May,  1956. 
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The  total  energy  dissipated  in  a  unit  resistor  in  the     spectrum  over  a  fixed  narrow-band  filter.  In  most  cases 


time  interval 


T  T 

 <  t  <  — 

2  2 


is  given  by 


r 

J  -T/2 


V(t)  Vdt  = 


1     rTI2  r» 

—  I       V(t)  I     a*  (<o)<r 

2lT  J  —  T/2  J  -oo 

—  I  a*  («)<*«  I  V(t)e-iatdt 
2rJ-x  J -t/2 

a*(co)a(co) 


rr/2i  i 

I       I  V{t)  \2dt 

J  —T/2 


2tt 

a(co)  |2 


</co. 


(4) 


The  average  power  dissipated  in  this  time  interval  T  is 
given  by 


1   CTI\        i  r 

7  »/  _T/2  •-'  — 


P/S 

Pt 


a(co)  I 
2x7 


where 


Pr(co)  = 


Pr(co)<fco 


(5) 
(6) 


Pr(w)  is  the  average  power  dissipated  per  unit  fre- 
quency interval  at  the  angular  frequency  co  and  for  the 
particular  time  interval  T.  The  power  spectrum  or  the 
power  spectral  density  is  sometimes  defined  as 


P(co)  =  Lim 


a(co)  I 
27rP 


(7) 


This  is  a  proper  definition  provided  that  the  limit  exists. 
These  convergence  difficulties  can  often  be  avoided  by 
taking  the  ensemble  average.  Thus  for  an  ensemble  of 
time  functions  Vi(t),  each  member  of  the  ensemble 
having  a  time  duration  T,  there  corresponds  an  en- 
semble [?r(w)]i.  The  power  spectral  density  can  then 
be  defined  as 


P(co)  =  Lim  ([PT(u)]i)  =  Lim 


<*»(")  I2  \ 
27rP  / 


(8) 


where  the  brackets  denote  the  ensemble  average. 

III.  Some  Methods  of  Power  Spectral  Analysis 

The  concern  of  this  report  is  the  experimental  de- 
termination of  the  power  spectral  density  of  rather  nar- 
row banded  signal  generators.  Various  methods  are 
possible.  The  technique  that  we  have  found  most  con- 
venient is  described  in  some  detail  by  Barnes  and  Heim.1 

A  heterodyne  method  is  used  to  sweep  the  power 
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the  bandwidth  of  the  filter,  Aco,  is  much  narrower  than 
the  total  width  of  the  power  spectrum.  The  square  root 
of  the  power  spectrum  is  plotted  directly  on  an  x-y 
plotter  in  a  time  short  compared  to  systematic  varia- 
tions but  long  enough  to  be  consistent  with  the  ana- 
lyzer's bandwidth. 

The  power  in  the  frequency  bandwidth  of  the  filter — 


(»-t) 


to 


Au\ 

-+T) 


— at  frequency  co  is  given  approximately  by 

w+(A<»/2) 


J-(A»/2) 


(9) 


where  T  is  the  observation  time.  If  T  is  made  indef- 
initely long,  Pr(w,Aw)  will  tend  toward  a  limit 


P(w,  Aco)  =  Lim  Pt(o),  Aw). 


(10) 


The  limit  of  the  ratio  P(w,Aw)/Aco  at  Aco— >0  provides  a 
definition  of  the  true  power  spectral  density;  i.e., 


P(«) 


Lim 


or 


P(co)  =  Lim 


P(co,  Aw) 
Aco 


Pr(w,  Aco) 


(ID 


(12) 


Ao)-«0 


This  defines  the  power  spectrum  in  terms  more  directly 
related  to  the  experiment  than  does  (8).3 

The  averaging  time  interval  or  record  length  T  used 
in  the  experiment  is  not  infinitely  long,  but  it  is  suf- 
ficiently long  such  that  any  increase 'in  T  does  not 
change  the  character  of  the  plotted  spectrum  per- 
ceptibly (i.e.,  the  reciprocal  of  the  record  length,  1/P,  is 
much  less  than  the  bandwidth  of  the  filter).  The  record 
length  in  this  type  of  experiment  is  the  time  taken  to 
sweep  over  a  frequency  interval  equal  to  the  width  of 
the  filter  bandpass. 

In  the  practical  situation,  the  signal  analyzed  will 
have  been  modified  by  the  transmission  characteristics 
of  the  detector,  filter,  amplifier  and  smoothing  circuits. 
The  effects  due  to  the  instrumentation  must  be  taken 
into  account  and  some  modification  must  be  made  on 
the  previous  discussion. 

Let  us  assume  that  the  filter  is  tuned  to  some  fre- 
quency coo  and  that  the  transfer  function  of  the  filter 
is  given  by  G(o)0,w).  Also,  if  the  input  voltage  to  the 
filter,  V(t),  has  its  Fourier  transform,  aid),  given  by 


a(co) 


-r 

"  —a 


V(t)er*"dt, 


(13) 


3  Of  course,  many  traces  of  the  spectrum  may  be  taken  for  the 
purpose  of  obtaining  an  ensemble  average,  and  this  would  perhaps 
provide  a  more  direct  relation  to  the  preferred  definition  based  on  the 
ensemble  average,  (8). 
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then  the  output  voltage  of  the  filter  is  given  by 
1   r 00 

V0(uo,  t)  =  —  I     G(w0,  w)a(a))eiu,(fco.  (14) 
2tJ  -co 

The  average  power  delivered  to  a  load  by  the  filter 
is  then  proportional  to 

1  cTn 

Po(wo)  =  Lim  —  I       F„2(a>o,  *)<*/.  (15) 
r— «>  TJ  -t/2 

Comparison  of  (14)  and  (15)  with  (1),  (2),  and  (7)  gives 
PoM  =  f    I  G(w0>(o)|2P(w)da,,  (16) 

where  P(w)  is  the  actual  power  spectrum  of  V{t). 

P0(wo)  is  our  estimate  of  the  power  density  at  the 
angular  frequency  w0.  It  is  an  estimate  of  the  local  power 
density,  P(w),  only  to  the  degree  to  which  |G(co0,co)|2 
approximates  a  Dirac  delta  function. 

Sample  spectra  are  displayed  in  Figs.  2,  3,  and  4. 
The  discrete  line  spectrum  of  Fig.  4  results  from  the 
introduction  of  frequency  modulation  by  two  (or  more) 
signals,  60  cps  and  120  cps  (the  oscillator  used  60-cps 
ac  filaments).  In  this  particular  spectrum  the  band- 
width of  the  filter  is  larger  than  the  total  width  of  any- 
one of  the  lines  of  the  spectrum.4  The  spectrum  was 
produced  by  a  crystal  oscillator  in  which  the  crystal 
was  emersed  in  liquid  helium  driving  a  frequency  multi- 
plier chain.  The  power  spectrum  of  Fig.  4  may  be 


(a)  (b)  (c) 

Fig.  2 — (a)  shows  the  square  root  of  the  power  spectrum  for  a  3.3 
Mc  signal;  (b)  and  (c)  show  the  same  signal  after  being  multiplied 
in  frequency  by  factors  of  3  and  9,  respectively. 


4  In  fact  the  width  of  these  sharp  peaks  is  less  than  1  cps.  It  is  not 
yet  certain  whether  this  crystal  oscillator  is  the  more  stable  or  the 
maser  is  the  more  stable  generator.  At  the  present  time  it  is  fashion- 
able to  consider  the  maser  the  more  stable. 
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written  approximately  as 

N 

P(«)  «  X  ?.■«(«  -  (17) 

in  view  of  the  low  resolution  relative  to  the  width  of  a 
single  peak.  In  (17),  g,-  is  a  weighting  factor  for  a  par- 


Fig.  3 — Trace  1  is  a  high  resolution  spectrum  of  the  central  peak  of  a 
10-Mc  quartz  crystal  oscillator  whose  crystal  was  thermostated  in 
a  liquid  helium  cryostat.6  The  oscillator  was  equipped  with  dc 
filaments  but  still  exhibited  60-cps  sidebands  about  30  db  below 
the  central  peak  (not  shown  in  this  figure).  This  oscillator  operates 
at  about  13.4  cps  above  10  Mc  and  apparently  some  pickup  of 
the  standard  is  responsible  for  the  sidebands  shown  in  this  trace. 
Trace  2  is  the  response  curve  of  the  spectrum  analyzer. 
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Fig.  4 — This  spectrum  was  obtained  from  the  same  oscillator  as 
Fig.  3.  At  the  time  this  trace  was  made,  however,  the  oscillator 
was  equipped  with  60-cps,  ac  filaments.  (Note  the  different  fre- 
quency scale.) 


6  This  oscillator  was  designed  and  constructed  by  A.  H.  Morgan 
and  his  group  at  the  Natl.  Bur.  Standards.  The  quartz  crystal  was 
made  at  the  Bell  Telephone  Labs. 
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ticular  peak  at  angular  frequency  u>;.  5(a)— w,-)  is  the 
Dirac  delta  function.  In  order  to  see  the  structure  of 
the  individual  peaks  additional  frequency  multiplica- 
tion would  be  required  or  a  substantial  decrease  in  the 
filter  bandwidth. 

The  power  spectrum  can  also  be  estimated  by  a 
numerical  analysis  from  a  recorded  plot  of  V(t).  An 
example  of  such  a  plot  is  shown  in  Fig.  5.  The  various 
methods  of  analysis  of  such  recordings  are  to  be  found 
in  the  literature.6 


Fig.  5 — Recording  of  direct  beat  note  between  free  running  oscillator 
and  maser.  A  numerical  analysis  of  these  recordings  could  also  be 
run  to  determine  the  power  spectrum. 

IV.  Instantaneous  Frequency  and  Its  Relation  to 
the  Fourier  Frequency  Components 

In  general,  there  are  two  methods  of  precise  frequency 
measurement:  1)  determining  the  total  elapsed  phase  in 
an  interval  of  time  with  an  apparatus  like  a  synchro- 
nous clock  or  a  frequency  counter,  and  2)  direct  fre- 
quency measurement  by  a  resonance  method  usually 
involving  a  molecular  or  atomic  transition. 

The  elapsed  phase  method  of  frequency  measurement 
has  two  modifications:  1)  a  frequency  counter  which 
counts  the  number  of  cycles  in  a  unit  of  time,  and  2) 
period  measurement  which  measures  the  time  interval 
between  two  positive  going  crossovers  of  the  signal. 
Either  system  gives  the  "average"  frequency  in  a  time 
interval  ST  such  that 


ft  = 


d<t> 
5T 


--f 

ST  J  j 


T+ST 


(18) 


where  50  is  the  elapsed  phase  in  the  time  interval  ST. 
In  the  case  of  the  period  measuring  scheme,  8<t>  =  2ir  and 
the  ST  corresponding  to  this  phase  change  is  what  is 
measured. 

It  is  important  to  realize  at  this  point  that  these 
measurements  are  not  simply  related  to  the  Fourier 
components  of  the  signal  being  measured,  at  least  a 
priori.  This  is  evident  since,  given  a  pure  sine  wave 
which  lasts  from  T  to  T+ST,  the  Fourier  components 
are  spread  over  a  frequency  range  5a>~  1/5 T,  and  thus  a 
resonance  method  of  frequency  measurement  would 
have  an  uncertainty  in  the  measured  frequency  of  the 
order  of  5a>.  For  a  period  measuring  scheme,  however, 
the  average  instantaneous  frequency  of  the  sine  wave 

»  R.  B.  Blackman  and  J.  W.  Tukey,  "The  Measurement  of  Power 
Spectra,"  Dover  Publications,  Inc.,  New  York,  N.  Y.;  1958. 
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is  possibly  measured  to  an  accuracy  far  exceeding 
8o3  =  l/8T. 

A  simple  example  should  serve  to  illustrate  this  point: 
Consider  a  very  stable  oscillator  which  generates  a 
signal  of  approximately  100  cps.  If  this  signal  is  used  to 
gate  a  counter  which  is  arranged  to  count  a  very  stable 
and  accurate  1-Mc  signal,  the  counter  will  count  for 
about  1/100  second  and  the  counter  will  display  the 
period  accurate  to  about  +  1  jusec;  that  is,  to  an  accuracy 
of  about  +10~2  cps!  Thus  with  this  scheme  we  have 
measured  the  average  instantaneous  frequency  (not  a 
Fourier  frequency  component)  in  a  period  of  10-2  sec- 
onds with  a  possible  error  of  + 10-2  cps  instead  of  the 
+  50-cps  error  of  measuring  the  Fourier  components. 
(Similar  examples  can  be  worked  out  for  a  frequency 
multiplier-frequency-counter  system  instead  of  the 
period  measuring  system.) 

Returning  to  (18),  let  us  suppose  that  the  time  of 
measurement,  57",  is  made  small  enough  that  <j>{t)  makes 
no  appreciable  change  in  this  interval  of  time.  With 
these  conditions  satisfied,  we  see  that  the  measurement 
gives  the  instantaneous  frequency, 


B(0  =  <j>(t) 


5<t> 
5T 


It  is  possible  to  obtain  some  relations  between  the 
instantaneous  frequency  of  a  signal  and  its  Fourier 
components  for  the  case  of  a  signal  without  amplitude 
modulation.  Such  a  signal  is  of  the  form 


E(t)  =  —  +  *-■*#<«) 


(19) 


where  E0  is  a  constant  and  <}>(t)  is  some  real  function  of 
the  time.  For  the  following  discussion  we  will  consider 
only  the  function 

f(t)  =  e«*W.  (20) 

The  second  term  on  the  right  of  (19)  only  serves  to 
symmetrize  the  power  spectrum  [since  E(t)  is  real  but 
f(t)  is  not].  Thus  anything  which  can  be  said  of  the 
frequency  of  /(<)  can  easily  be  extended  to  E(t). 

The  importance  of  considering  only/(/)  is  that  it  satis- 
fies the  equations 


/*/=  1 
df  . 


-if*  — 
dt 


(21) 


Thus  an  instantaneous  frequency  for/(r)  can  be  defined 

as 


at 


(22) 


In  order  to  obtain  some  connections  with  the  power 
spectrum  of  /(<),  consider  the  function  fr(t)  defined  by 
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the  relations 


yields 


T  T 

f(t)  for  ^  t  ^ 


frit)  =  \"  '  2 
I  0  otherwise 


2  . 


(23) 


Thus/r(J)  can  be  represented  as  a  Fourier  series  in  the 
interval 


T  T 

—  <  t  ^  — 
2  ~  2 


fT(t)  =   £  ei(2"'/r)Cn 


where 


1  /*r'2 
C„  =  —  I  <r><2™<" 

TJ  -T/2 


>f(t)dt. 


(24) 


(25) 


This  is  a  valid  representation  for  fT(t)  only  in  the  in- 
terval 

T  T 

 <  t  <  — , 

2  2 

since  the  Fourier  series  in  (16)  is  that  of  a  periodic  wave 
of  period  T  beyond  this  interval.  Thus  by  this  rather 
conventional  means6  we  will  compute  the  spectral  dis- 
tribution of  fT{t)  and  then  pass  to  the  limit  T— > » 
where 

f(t)  =  Lim/r(/). 


First,  define 


TCn  =  aTC 


27th\ 
T  ) 


where  the  paranthesis  mean  (It  is  a  function  of  (2wn/T) ; 
so  (24)  and  (25)  become 

-        /2irw/\  /1\ 
fr(t)=    £  *'(—y™m\-f)>  (24a) 

/27rn\       r  7/2 
aTy— J  =  J  f(t)g-iltntlT)dt. 


(25a) 


Substitution  of  (24a)  and  its  complex  conjugate  into 
(22)  gives 


Or(0 


m,n=— oo    \   ■*  / 

/2ir;A/l\2  /27tw\ 

"°'(t)(7)"*(t-)-  (26) 


i(2ir(n-m)/T)f 


Taking  the  time  average  of  (26)  over  the  interval 

T  T 

 <  t 

2  2 


27T  \   T  / 


(27) 


since 


1   fr/2  fl  if 

TJ  -t/2  (0  if 


1  if  w  =  TO 
n  7^  m. 


If  we  now  pass  to  the  limit  as  jf  becomes  very  large, 
2-wn/T  approaches  a  continuous  variable,  say  w,  since 
each  unit  change  in  n  changes  2wn/T  by  only  2tt/T,  a 
very  small  quantity.  Also  the  first  difference  of  2irn/T 
is  2w/T  which  approaches  dw  as  T  becomes  very  large. 
Thus  (27)  becomes  in  the  limit 


0 


where 


P(u)  =  Lim 

T— « 


(28) 


(7) 


is  the  power  spectrum  of  /(/). 

The  right  side  of  (28)  is  just  the  average  frequency, 
(w),  of  the  Fourier  components  since  from  (4) 


P(w)du 


1 


(29) 


for  f(t)  satisfying  (21).  Equivalently,  the  right  side  of 
(28)  is  the  center  of  gravity  of  P(w).  Thus  (28)  shows 
that  the  time  average  of  the  instantaneous  frequency 
is  just  the  center  of  gravity  of  the  power  spectrum  for 
a  frequency  modulated  signal.  Returning  to  (18)  we 
see  that  the  elapsed  phase  method  of  frequency  meas- 
urement gives  the  time  average  of  the  instantaneous 
frequency  over  the  interval  of  measurement  and  thus 
if  this  interval  is  sufficiently  long  it  will  give  the  fre- 
quency of  the  center  of  gravity  of  the  power  spectrum! 

It  is  also  of  interest  to  compute  the  variance  (or 
mean  square  deviation  from  the  mean)  of  the  instan- 
taneous frequency;  that  is,  the  quantity, 


(fi(/)  -  0)2  =  ft2  -  200(0  +  ^2 
=  ft2  -  Q2. 


(30) 


Since  Q(t)  is  a  real  function, 


m  =  b*(o  =  if 


df* 
dt 


df*  df 

...  n»(0=/*/^- -£=/*/. 

dt  dt 


(31) 
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Applying  the  procedure  used  above  to  (31)  we  obtain 

P(w)co2da>.  (32) 

-00 


(33) 


Combining  (28),  (30)  and  (32)  we  obtain 

P(co)oo2da>  -  I  P(to)to<fto 
But 

P(w)(o;  -  (to))2Jto  =   I  P(co)w2rfw  -  (to)2  (34) 

-00  ^  — OO 

where  use  has  been  made  of  (29)  and 
(to)  =  I  P(to)u>d<j). 

J  —  oo 


Therefore  combining  (33)  and  (34)  gives 

8(/)  -  8)2  =  |*   P(to)  (to  -  (to))  2<?to. 


(35) 


That  is,  the  variance  of  the  instantaneous  frequency  is 
just  the  second  moment  of  the  power  spectrum. 

Returning  now  to  (19),  it  is  easily  provable  that  if 
the  average  Fourier  frequency,  (to),  of  fit)  is  very  large 
compared  to  the  width  of  the  spectrum,  the  addition  of 
the  term  r'*1"  adds  a  term  to  the  power  spectrum  of 
the  form  P(— w),  and  thus  it  is  possible  to  treat  the  so- 
called  "one  sided"  power  spectrum  of  E(t).  Taking  into 
account  the  multiplicative  constant  in  (19),  then  (28) 
and  (35)  take  the  form 


8  = 


(to)to(ico  =  (to) 


(28a) 


 —     2  r 00 

(8  -  ft)2  =          I    i"(w)(co  -  (to))2Jto  (35a) 

Eo2J  o 

where  P'(to)  is  the  power  spectrum  of  E(t)  and  these 
equations  are  subject  to  the  condition 


8»  [(8(0  -  8)2]1'2 

which  is  easily  satisfied  by  most  oscillators. 

As  an  example  of  an  application  of  (35a),  the  second 
moment  of  the  spectrum  of  Fig.  4  turns  out  to  be  about 
30,000  cps2/sec2,  or  the  rms  frequency  deviation  is 
about  174  cps,  or  more  than  one  part  in  108.  For  a  one 
second  count,  however,  this  oscillator  has  a  spread  of 
only  about  +2  parts  in  1011  from  second  to  second  and 
a  drift  of  only  a  few  parts  in  10u  per  day.  One  concludes 
that  this  spectrum  must  be  very  stable. 

V.  Conclusion 


Power  spectra  of  highly  stable  signal  sources  can  be 
observed  with  the  ammonia  maser  spectrum  analyzer 
in  a. convenient  and  rapid  way.  The  short  term  stability 
of  these  sources  can  be  obtained  from  these  observed 
spectra  simply  and  without  the  usual  laborious  analysis 
of  large  amounts  of  data. 

The  device  has  use  as  an  instrument  for  investigating 
noise  properties  of  signal  sources  and  the  multiplication 
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processes  in  frequency  multiplier  chains. 

Frequency  modulation  introduced  into  a  crystal  os- 
cillator or  multiplier  chain  is  enhanced  by  the  frequency 
multiplication  process.  In  fact  the  sidebands  in  the 
power  spectrum  are  found  to  be  increased  in  amplitude 
by  the  factor  of  frequency  multiplication  (see  Appen- 
dix). This  is  demonstrated  in  Fig.  2.  It  can  be  demon- 
strated that  the  power  spectrum  of  a  signal  that  is  fre- 
quency modulated  by  two  or  more  modulating  signals 
of  different  frequency  will  in  general  be  unsymmetrical.7 
This  is  vividly  displayed  in  the  power  spectrum  of 
Fig.  4. 

Spectrum  analysis  has  provided  a  particularly  useful 
tool  in  designing  crystal  oscillators  and  frequency  multi- 
pliers such  that  they  yield  signals  of  the  highest  purity. 
From  a  study  of  the  power  spectra,  one  is  led  to  the 
conclusion  that  one  of  the  most  important  things  in 
obtaining  a  pure  signal  is  to  keep  the  electronics  simple, 
using  dc  filaments  in  the  oscillator  and  early  stages  of 
multiplication.  The  signal  source  that  provides  the 
Bureau  atomic  frequency  standards  with  the  purest 
signals  is  a  system  involving  a  "master  and  a  slave" 
oscillator.  A  simple  one-  or  two-tube  crystal  oscillator 
that  is  loosely  phase-locked  to  a  more  elaborate  crystal 
oscillator  (with  good  long  term  stability)  drives  the 
frequency  multiplier  chain. 

A  knowledge  of  the  power  spectrum  is  important  not 
only  in  describing  frequency  stability  and  noise  analysis 
but  for  other  reasons  also. 

For  example,  in  atomic  beam  frequency  standards, 
the  simple  theory  of  the  spectral  line  shape  assumes  the 
atomic  transition  to  be  excited  by  pure  sinusoidal  or 
cosinusoidal  radiation.  In  actual  fact,  of  course,  the 
transition  is  induced  by  a  certain  distribution  of  fre- 
quencies. This  distribution  is  determined  by  the  fre- 
quency multiplier  and  crystal  oscillator  from  which  the 
exciting  radiation  is  derived.  The  radiation  in  general 
is  composed  of  the  carrier  frequency,  noise  and  discrete 
sidebands  resulting  from  frequency  modulation.  The 
discrete  sidebands  usually  result  from  60  cps — the 
power  frequency — and  multiples  thereof.  In  the  atomic 
clock  experiments  it  is  found  possible  to  reduce  the 
noise  to  a  low  enough  level  so  that  it  is  not  the  limiting 
factor  in  the  precision  of  the  frequency  measurements. 
The  discrete  sidebands  are  more  difficult  to  remove. 
These  sidebands  are  multiplied  in  intensity  by  the 
factor  of  frequency  multiplication.  This  factor  is  usually 
quite  large  (~2000)  and  consequently  these  sidebands 
can  introduce  rather  large  frequency  errors.  Errors  of 
this  sort  are  particularly  significant  if  the  power  spec- 
trum is  unsymmetrical.  (Shifts  of  a  a  few  parts  in  109 
have  been  observed  by  actual  experiments.)  Of  course, 
if  the  power  spectrum  is  known,  the  proper  spectral  line 
shape  can  be  calculated  in  order  to  find  the  proper  cor- 
rection to  the  measured  frequency.  It  is  more  desirable 


7  H.  S.  Black,  "Modulation  Theory,"  D.  Van  Nostrand  Co.,  Inc., 
New  York,  N.  Y.  p.  195;  1953. 


— and  much  simpler — to  eliminate  these  sidebands  so 
that  the  simple  line-shape  theory  applies.  A  knowledge 
of  the  power  spectrum  is  essential  in  order  to  assign  a 
figure  of  accuracy  to  the  atomic  beam  frequency  stand- 
ards. 

Appendix 

As  an  example  of  the  effect  of  frequency  multiplica- 
tion on  an  FM  signal,  consider  just  one  stage  of  multi- 
plication. Assume  that  the  current,  I(t),  in  the  output 
tank  of  the  multiplier  is  related  to  the  input  voltage, 
V(t),  by  the  transfer  function,  g{V),  which  is  a  function 
of  the  input  voltage;  i.e., 

lit)  =  g(V(l))V(l).  (36) 

If  the  input  signal  is  of  the  form 

V(l)  =  V0  cos  0(0,  (37) 

where  4>(t)  is  some  function  of  time,  then  the  current 
becomes 

I  =  g(V0  cos  4>)V0  cos  4>. 

Since  cos  <j>  is  an  even  function  of  </>,  g(V0  cos  <j>)  is  also 
an  even  function  of  <j>,  and  therefore  /  is  an  even  func- 
tion of  <j>.  Therefore  /  can  be  expanded  as  a  Fourier 
cosine  series  in  4>;  i.e., 

00 

I  =  23  an  cos  ncp.  (38) 

n=0 


To  restrict  the  case  to  a  simple  FM  wave,  let 

4>(l)  =  co0/  +  <5  sin  tom/  (39) 

where  a.'o  is  the  carrier  frequency,  com  is  the  modulating 
frequency,  and  8  is  the  modulation  index.  Subsitution 
of  (39)  into  (38)  yields, 

/(/)  =  a0  +  ai  cos  (w0l  +  5  sin  co„,/)  +  •  •  • 

+  •  •  •  +  a,N  cos  (No)0t  +  N8  sin  umt)  +  •  •  •  . 

If  the  impedance,  Z(cS),  of  the  output  tank  is  suf- 
ficiently peaked  about  co  =  Mo0,  but  broader  than 
2Nboim,  the  output  voltage,  V'{t),  is  given  approxi- 
mately by 

V'(t)      aNZ(No}0)  cos  (7Vto0/  +  Nd  sin  umi).  (40) 

Typically  wm  is  very  much  smaller  than  w0  and  the 
condition  that  the  bandwidth  of  the  output  tank  is 
greater  than  2N5um  is  easily  satisfied.  The  condition 
that  Z{u>)  is  sharp  enough  to  reject  (TV—  l)co0  and 
{N-\-\)wt)  usually  requires  N  to  be  less  than  10. 

Eq.  (40)  shows  that  the  modulation  index  is  multi- 
plied by  the  factor  of  frequency  multiplication  and  the 
frequency  of  modulation  is  unchanged.  Extensive  use  is 
made  of  this  fact  in  FM  transmitters.8 

Fig.  2  (a)  shows  the  square  root  of  the  power  spec- 
trum (\/P(ui))  of  a  signal  while  Figs.  2(b)  and  2(c) 
show  the  same  signal  after  being  multiplied  in  fre- 
quency by  3  and  9,  respectively. 

8  W.  L.  Everitt,  "Frequency  modulation,"  Trans.  AIRE,  vol.  59, 
p.  613;  November,  1940. 
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Introduction 

THE  problem  of  precise  frequency  measurement 
can  be  understood  only  with  a  fairly  complete 
knowledge  of  the  frequency  source  and  the  effect 
of  the  measuring  system.  In  particular,  the  problem  be- 
comes more  difficult  if  different  methods  of  frequency 
measurement  are  used  (e.g.,  counters  and  atomic  reso- 
nances) and  if  it  cannot  be  assumed  that  the  frequency 
source  is  pure. 

For  almost  all  systems,  the  problem  of  amplitude 
modulation  of  the  measured  signal  is  of  no  concern  since 
in  practice  the  signal  can  be  regulated  quite  well.  The 
problem  of  frequency  modulation,  however,  is  quite 
another  matter.  In  practice  a  quartz-crystal  oscillator 
is  used  and  it  is  assumed  to  be  relatively  free  of  modu- 
lation. 

It  can  be  shown  [3]  that  in  general  a  frequency 
counter  will,  on  the  average,  measure  the  center  of 
gravity  of  the  frequency-modulation  power  spectrum. 
A  spectral  line  in  an  atomic  or  molecular  transition, 
however,  will  not  in  general  measure  the  center  of  grav- 
ity of  the  power  spectrum.  Thus,  for  a  meaningful  com- 
parison of  frequency  counter  data  and  atomic  or  molec- 
ular resonance  data,  it  is  essential  to  know  the  spectral 
distribution  of  the  signal  being  measured. 

In  practice,  of  course,  one  attempts  to  obtain  a  mono- 
chromatic source  of  radiation  for  the  measurements. 
The  results  of  the  experiments  made  with  the  ammonia- 
maser-spectrum-analyzer  system  indicate  how  rela- 
tively pure  signals  in  the  microwave  region  can  be  ob- 
tained. 

Theory 

In  general,  there  are  two  methods  of  precise  frequency 
measurement:  1)  determining  the  total  elapsed  phase  in 
an  interval  of  time  with  an  apparatus  like  a  synchronous 
clock  or  a  "frequency  counter;"  and  2)  direct  frequency 
measurement  by  a  resonance  method  usually  involving  a 
molecular  or  atomic  transition. 

If  the  signal  to  be  measured  is  composed  of  several 
sinusoidal  components  whose  frequencies  are  near  the 
main  component,  it  is  not  immediately  evident  what 
frequency  the  two  methods  will  "measure." 

Since  the  frequency  counter  counts  the  number  of 
times  the  signal  passes  through  zero  in  a  positive  sense 
for  an  interval  of  time,  both  the  synchronous  clock  and 

*  Received  by  the  PGI,  June  13,  1960. 
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the  frequency  counter  indicate  the  total  elapsed  phase 
for  the  period  of  the  measurement.  The  resonance 
method,  however,  must  give  some  sort  of  an  average  of 
all  the  frequency  components  present  and  in  general 
will  not  agree  with  the  elapsed-phase  method  of  meas- 
urement. Thus,  for  a  meaningful  comparison  of  these 
two  types  of  measurement,  it  is  essential  that  a  detailed 
knowledge  of  the  signal  be  available. 

It  is  usually  sufficient  for  this  "detailed  knowledge" 
to  be  given  in  terms  of  the  power  spectrum.  The  power 
spectrum,  or  spectral  density,  of  a  signal  can  be  defined 
in  the  following  way:  If  P(co)  is  the  power  spectrum  of 
a  signal,  then  P(oi)do)  is  the  element  of  power  supplied 
by  those  frequency  components  of  the  signal  in  the  fre- 
quency interval  from  co  to  u+dw.  Mathematically  it 
can  be  shown  [l  ]  that  if  f(t)  is  the  signal,  then  its  power 
spectrum  P(co)  is  given  by  the  time  average 

1      I    rTI2  2 

P(u)  =  Urn   I       f(t)e-^'dt  . 

2tT\J -T/2 

Thus  the  power  spectrum  shows  the  relative  energy 
distribution  for  the  various  frequency  components  and 
can  therefore  be  used  as  a  measure  of  the  purity  of  the 
signal. 

For  most  precise  atomic  or  molecular  resonance  meas- 
urements, a  quartz-crystal  oscillator  at  a  frequency  of  a 
few  megacycles  is  used  as  the  source,  either  to  excite  an 
atomic  transition  or  to  compare  with  an  atomic  transi- 
tion. This  signal  is  multiplied  in  frequency  by  harmonic 
multipliers  to  the  atomic  or  molecular  resonance  fre- 
quency which  is  usually  in  the  microwave  region.  This 
multiplication  process  has  a  marked  effect  on  the  power 
spectrum  of  the  signal. 

Normally  limiters  are  used  throughout  the  electronic 
system  so  that  amplitude  modulation  is  not  a  problem. 
However,  frequency  modulation  cannot  so  easily  be  re- 
moved. In  fact,  it  can  easily  be  shown  that  if  a  small 
amount  of  frequency  jitter  or  modulation  is  present  in 
the  oscillator,  it  will  be  enhanced  by  the  factor  of 
multiplication. 

As  an  example  of  the  effect  of  frequency  multiplica- 
tion on  an  FM  signal,  consider  just  one  stage  of  multi- 
plication. Assume  that  the  current  I{t)  in  the  output 
tank  of  the  multiplier  is  related  to  the  input  voltage 
V(t)  by  the  transfer  function  g(V),  which  is  a  function 
of  the  input  voltage;  i.e., 

no  =  g(v(D)v(i).  (i) 

i-4 


If  the  input  signal  is  of  the  form 


V{t)  =  K„cos*(0,  (2) 

where  </>(/)  is  some  function  of  time,  then  the  current  be- 
comes 

I  =  g(Vo  cos  4>)Va  cos  <{>. 

Since  cos  <j>  is  an  even  function  of  </>,  g(  V0  cos  </>)  is  also 
an  even  function  of  </>,  and  therefore  /  is  an  even  func- 
tion of  <j>.  Therefore  /  can  be  expanded  as  a  Fourier 
cosine  series  in  <f>;  i.e., 

oo 

I  =       an  cos  n<j>.  (3) 

n=0 

To  restrict  the  case  to  a  simple  FM  wave,  let 

<j>(t)  =  coot  +  5  sin  ojJ,  (4) 

where  w0  is  the  carrier  frequency,  com  is  the  modulating 
frequency,  and  5  is  the  modulation  index.  Substitution 
of  (4)  into  (3)  yields 

/(/)  =  a0  +  ai  cos  (oj01  +  8  sin  co,„/)  +  •  •  • 

+  an  cos  (iVW  +      sina)„,/)  4-  ■  •  •  . 

If  the  impedance  Z(co)  of  the  output  tank  is  suffi- 
ciently peaked  about  co  =  Nco0,  but  broader  than  2N8com, 
the  output  voltage  V'{t)  is  given  approximately  by 

V'{t)  ~  aNZ(Nua)  cos  (AW  +      sin  umt).  (5) 

Typically,  a>m  is  very  much  smaller  than  co0,  and  the 
condition  that  the  bandwidth  of  the  output  tank  be 
greater  than  2N8com  is  easily  satisfied.  The  condition  that 
Z(cc)  be  sharp  enough  to  reject  (N—  l)w0  and  (7V+l)a>o 
usually  requires  N  to  be  less  than  10. 

Eq.  (5)  shows  that  the  modulation  index  is  multiplied 
by  the  factor  of  frequency  multiplication  but  the  fre- 
quency of  modulation  is  unchanged.  Extensive  use  is 
made  of  this  fact  in  FM  transmitters  [6]. 

Fig.  1(a)  shows  the  square  root  of  the  power  spec- 
trum (\/P(co))  of  a  signal,  while  Fig.  1(b)  and  (c)  show 
the  same  signal  after  being  multiplied  in  frequency  by 
3  and  9,  respectively. 

To  return  now  to  the  problem  of  frequency  measure- 
ment, it  can  be  shown  [3]  that  a  frequency  counter  or 
synchronous  clock  measures  the  center  of  gravity  of  the 
FM  power  spectrum.  An  atomic  or  molecular  resonance 
device  such  as  a  cesium  beam  with  Ramsey-type  excita- 
tion will  measure  the  center  of  gravity  of  the  power  spec- 
trum only  if  the  excitation  and  atomic  spectra  are  both 
symmetric.  (To  see  that  power  spectra  can,  in  fact,  be 
quite  asymmetric,  see  Fig.  5.) 

It  is  obvious  that  a  spectrally  "pure"  signal  is  the  most 
desirable  source  for  precise  frequency  measurement. 
The  experiments  with  the  maser-spectrum  analyzer 
indicate  some  means  of  obtaining  relatively  pure  sig- 
nals in  the  microwave  region  (see  Figs.  2-8,  pp.  5-7). 
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(a)  (b)  (c) 

Fig.  1 — Effects  of  frequency  multiplication  on  a  frequency-modulated 
signal.  Fig.  1(a)  shows  the  square  root  of  the  power  spectrum  for 
a  3.3-Mc  signal.  Fig.  1(b)  and  (c)  show  the  same  signal  after  be- 
ing multiplied  in  frequency  by  factors  of  3  and  9,  respectively. 
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Fig.  2 — Spectrum  of  free-running  oscillator  used  in  the  spectrum-an- 
alyzer system.  This  spectrum  was  obtained  by  analyzing  the  direct 
beat  note  between  the  free-running  oscillator-multiplier-chain  sys- 
tem and  the  ammonia  maser.  It  is  this  oscillator  which  is  phase 
locked  to  the  maser  to  givea  relatively  pure  signal  to  be  used  in  the 
analyzing  of  other  oscillators.  The  response  curve  of  the  analyzer 
was  obtained  by  replacing  the  maser-oscillator  beat  note  by  the 
signal  from  a  high-quality  signal  generator. 
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Fig.  3 — This  spectrum  was  obtained  by  intentionally  frequency 
modulating  the  oscillator  of  Fig.  2  at  a  50-cps  rate.  The  total  swing 
in  frequency  of  the  oscillator  was  about  2  parts  in  1010  peak  to  peak. 
(Note  the  small  sidebands  at  50  cps  on  either  side  of  the  central 
peak.) 


Fig.  5 — Asymmetric  spectrum  of  oscillator  with  ac  filaments.  This 
spectrum  was  obtained  from  the  same  oscillator  as  Fig.  4.  At  the 
time  this  trace  was  made,  however,  the  oscillator  was  equipped 
with  60-cps  ac  filaments.  (Note  the  different  frequency  scale.) 


Fig.  4 — High-resolution  spectrum  of  liquid  helium  cooled  quartz 
crystal  oscillator.  Trace  1  is  a  high-resolution  spectrum  of  the 
central  peak  of  a  10-Mc  quartz-crystal  oscillator  whose  crystal  was 
thermostated  in  a  liquid  helium  cryostat  [4].  The  oscillator  was 
equipped  with  dc  filaments  but  still  exhibited  60-cps  sidebands 
about  30  db  below  the  central  peak  (not  shown  in  this  Figure).  This 
oscillator  operates  at  about  13.4  cps  above  10  Mc  and  apparently 
some  of  the  pickup  of  the  standard  is  responsible  for  the  sidebands 
shown  in  this  trace.  Trace  2  is  the  response  curve  of  the  spectrum 
analyzer. 


Fig.  6 — This  spectrum  was  made  from  a  100-kc  Essen  Ring  oscillator 
multiplied  in  frequency  by  145,800.  This  was  the  best  spectrum 
ever  observed  for  a  100-kc  oscillator  multiplied  by  this  factor; 
however,  this  spectrum  was  not  consistent,  and  would  have 
markedly  different  shape  from  day  to  day.  (Note  the  scale.) 
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Fig.  7 — Effects  of  warm-up  time  of  multiplier  chain  on  a  100-kc  sig- 
nal. This  is  a  spectrum  of  a  100-kc  oscillator,  again  multiplied 
145,800  in  frequency,  located  two  floors  above  the  room  contain- 
ing the  maser-spectrum-analyzer  system.  The  signal  apparently 
picked  up  noise  in  the  long  cables  connecting  the  two  rooms. 
The  upper  trace  was  taken  approximately  one  hour  after  the 
multiplier  chain  in  the  spectrum  analyzer  was  first  turned  on,  and 
the  lower  trace  about  6  hours  after  the  chain  was  turned  on,  show- 
ing the  effect  of  warm-up  time  of  a  multiplier  chain  on  a  noisy 
signal.  (Note  the  scale.) 


Fig.  8 — Effect  of  buffer  amplifier  on  a  noisy  100-kc  signal.  Again  these 
are  the  square  roots  of  the  power  spectra  for  a  100-kc  oscillator 
multiplied  in  frequency  145,800  times.  Trace  1  employed  a  buffer 
amplifier  of  unit  gain  between  the  oscillator  and  first  stage  of  mul- 
tiplication, while  trace  2  did  not  use  this  amplifier. 


Since  it  is  desired  to  resolve  sidebands  of  a  microwave 
signal  which  may  be  only  a  few  parts  in  1010  apart,  it  is 
essential  to  use  a  superheterodyne  type  of  system  such 
as  that  shown  in  Fig.  9  (next  page).  By  heterodyning 
the  measured  signal  with  a  relatively  pure  signal,  the 
power  spectrum  is  displaced  (ideally  without  distortion) 
to  lower  frequencies  (~79  kc)  where  filters  of  very  nar- 
row bandwidth  (~4  cps)  can  be  used. 

The  first  problem  is  then  to  obtain  a  very  "pure"  sig- 
nal to  heterodyne  with  the  measured  signal. 

The  ammonia  beam  maser  has  been  recognized  as 
one  of  the  most  nearly  monochromatic  sources  of  radia- 
tion in  the  microwave  region.  In  fact,  the  beat  note  be- 
tween the  two  National  Bureau  of  Standards  masers 
demonstrates  a  bandwidth  of  somewhat  less  than  about 
0.5  cps  at  23,870  Mc  for  a  period  of  several  minutes. 

Since  the  maser  puts  out  only  about  10-9  watts  of 
power  and  at  the  rather  inconvenient  frequency  of 
23,870  Mc,  a  crystal-oscillator-multiplier-chain  system 
was  phase  locked  to  the  maser.  As  mentioned  previ- 
ously, amplitude  modulation  can  easily  be  avoided  by 
the  use  of  limiters  throughout  the  multiplier  chains. 
Thus  the  frequency  jitter  or  modulation  of  the  oscillator 
is  the  only  problem.  By  phase  locking  the  crystal  oscil- 
lator to  the  maser,  nearly  the  spectral  purity  of  the 
maser  should  be  imparted  to  the  crystal  oscillator. 

The  oscillator  to  be  tested  is  multiplied  to  270  Mc 
and  5  Mc  and  then  heterodyned  with  the  265.55 1-Mc 
signal  from  the  maser-stabilized  oscillator-multiplier 
chain.  (See  Fig.  9.)  The  frequency  multipliers  through- 
out the  apparatus  are  of  conventional  design  operated 
from  dc  filament  supplies  to  avoid  modulating  the  sig- 
nal in  the  system  itself.  (The  effects  of  60-cps  filaments 
in  the  early  stages  of  multiplication  are  quite  severe.) 

The  action  of  this  mixer  is  first  to  mix  the  two  signals 
from  the  test  oscillator  at  270.0  Mc  and  5.0  Mc  to  ob- 
tain the  265.0-Mc  beat,  and  then  to  mix  this  signal  with 
the  "pure"  265.551-Mc  signal  from  the  maser-stabilized 
oscillator  to  give  a  0.55 1-Mc  beat.  This  displaces  the 
power  spectrum  of  the  265.0-Mc  signal  to  0.551  Mc. 
The  fact  that  heterodyning  an  FM  signal  with  a  pure 
signal  displaces  the  power  spectrum  to  lower  frequencies 
without  distortion  is  often  made  use  of  in  FM  trans- 
mitters and  receivers  [6]. 

The  0.551-Mc  output  of  the  mixer  was  then  sent  to 
another  multiplier  with  outputs  at  3.3,  9.9,  29.7,  and 
89.3  Mc.  The  spectra  shown  in  Figs.  4-8  were  made  by 
sending  the  29.7-Mc  signal  to  the  spectrum  analyzer 
shown  in  Figs.  10  and  11  (next  page). 

The  spectrum  analyzer  is  of  rather  conventional  de- 
sign. The  29.7-Mc  signal  to  be  analyzed  is  first  mixed 
with  a  signal  from  a  crystal-controlled  frequency  syn- 
thesizer and  then  passed  through  a  79-kc  crystal  filter 
whose  bandwidth  is  about  4  cps.  Thus  by  slowly  sweep- 
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Fig.  9 — Block  diagram  of  ammonia-maser-spectrum-analyzer  system. 
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Fig.  10 — Block  diagram  of  spectrum  analyzer. 
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Fig.  1 1 — Circuit  diagram  of  spectrum  analyzer. 

ing  the  frequency  of  the  synthesizer,  the  power  spec- 
trum was  swept  past  the  analyzing  filter. 

By  separately  mixing  the  signal  from  the  frequency 
synthesizer  with  a  fixed  crystal-controlled  oscillator,  an 
analog  voltage  to  the  frequency  was  obtained  to  drive 
the  x-axis  of  an  x-y  plotter.  The  y-axis  was  driven  by 
the  rectified  output  of  the  79-kc  filter.  Thus  the  spectra 
shown  are  actually  the  square  root  of  the  power  spectra, 
since  the  ordinate  is  nearly  linear  with  voltage  instead 
of  power. 

Conclusion 

From  the  spectra  shown,  one  is  led  to  the  conclusion 
that  the  most  important  things  in  obtaining  a  relatively 
pure  signal  in  the  microwave  region  are  to  keep  the 
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electronics  simple,  and  use  dc  filaments  in  the  oscillator 
and  early  stages  of  multiplication.  Probably  the  best 
oscillator  would  be  a  system  involving  a  "master  and  a 
slave" ;  that  is,  a  simple  one-  or  two-tube  crystal  oscil- 
lator to  drive  the  chain  which  is  loosely  phase  locked  to 
a  more  elaborate  crystal  oscillator  which  has  good  long- 
term  stability.  With  this  system,  the  amount  of  elec- 
tronics affecting  the  signal  directly  is  kept  at  a  mini- 
mum without  a  sacrifice  of  stability  [5]. 

The  ammonia-maser-spectrum  analyzer  has  proved 
to  be  a  valuable  instrument  in  the  investigation  of  os- 
cillator and  multiplier-chain  stability,  and  noise.  In  this 
respect,  it  is  interesting  to  note  an  unusual  effect  which 
was  observed  in  one  of  the  crystal  oscillators  at  the 
National  Bureau  of  Standards. 

The  oscillator  was  a  5-Mc  quartz  crystal  oscillator 
with  the  crystal  thermostated  in  a  liquid  nitrogen  bath. 
The  temperature  was  maintained  constant  by  regulat- 
ing the  pressure  over  the  liquid  nitrogen  with  a  mano- 
stat.  The  oscillator  was  run  on  regulated  dc  filaments 
and  with  a  well  regulated  B+  supply.  It  was  observed 
that  the  signal  was  slightly  frequency  modulated  at 
about  a  10-cps  rate.  Upon  removing  the  manostat  from 
the  liquid  nitrogen  thermostat  so  that  the  temperature 
of  the  liquid  nitrogen  was  determined  by  atmospheric 
pressure,  it  was  observed  that  the  10-cps  sidebands  on 
the  signal  slowly  reduced  in  amplitude.  After  several 
measurements  were  made,  and  the  sidebands  were  ob- 
served, first  slowly  increasing  after  connecting  the 
manostat  and  then  decaying  after  disconnecting  the 
manostat,  a  time  constant  of  about  7  minutes  for  the 
build-up  of  the  modulation  was  determined. 

It  should  be  mentioned  that  the  connection  of  the 
manostat  was  virtually  instantaneous  (compared  to  7 
minutes).  The  probable  explanation  of  this  is  a  mechan- 
ical vibration  of  the  crystal  mount  which  is  excited  by 
the  fluctuations  in  pressure. 

In  regard  to  precise  frequency  measurements,  knowl- 
edge of  the  power  spectra  of  the  oscillators  used  to  ex- 
cite the  two  National  Bureau  of  Standards  cesium  beam 
atomic  standards  has  given  added  reliability  to  the 
measurements  made  with  these  cesium  beams,  as  well 
as  indicating  when  a  signal  is  not  suited  to  this  form  of 
measurement. 
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Spectrum  Analysis  of  Extremely 
Low  Frequency  Variations  of 
Quartz  Oscillators* 


The  rather  numerous  discussions  of  the 
spectrum  of  oscillator  frequency  fluctuations 
prompted  the  application  of  the  Tukey1 
technique  of  spectrum  analysis  to  five  years 
of  daily  frequency  comparisons  between  an 
atomic  frequency  standard  and  free-running 
quartz  crystal  oscillators  at  the  National 
Bureau  of  Standards.  Three  of  the  four 
spectra  shown  in  Fig.  1  were  computed  from 
observations  made  on  oscillators  5a  and  35 
which  are  100-kc  quartz  oscillators  utilizing 
vacuum  tubes  in  amplifiers  and  automatic 
level  control  circuits.  The  aging  rate  of 
these  oscillators  had  stabilized  several  years 
before   these   measurements   were  begun. 

The  fourth  spectrum  of  Fig.  1  is  an  estimate 
of  the  contribution  to  the  oscillator  spectra 
due  to  instrumentation  noise.  From  a  series 
of  random  numbers  this  estimate  was  com- 
puted assuming  that  the  daily  frequency 
measurements  were  in  error  by  as  much  as 
+  1  part  in  1010  and  that  the  measurement 
error  on  any  given  day  was  independent  of 
the  errors  made  on  neighboring  days.  Before 
undertaking  the  spectrum  analyses  a  de- 
trending  procedure  described  by  Norton, 
et  al.,2  was  used  to  remove  frequency  drifts 
and  variations  at  frequencies  lower  than  the 
lowest  frequency  for  which  the  spectrum 
was  obtained.  The  spectrum  of  A///,  the 
relative  or  fractional  frequency  deviations 
of  the  oscillator,  is  shown  with  normaliza- 
tion such  that  integration  from  0  to  «  with 
respect  to  the  Fourier  frequency  F  in  cycles 
per  second  would  formally  yield  the  total 

*  Received  August  17,  1962. 
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F  frequency,  cycles/sec 
Fig.  1. 

relative  mean-square  fluctuation.  Fig.  1 
shows  spectral  densities  G^fif(F)  which  ap- 
pear to  increase  without  limit  as  one  con- 
siders lower  and  lower  Fourier  frequencies. 
This  behavior  is  similar  to  that  of  klystron 
and  LC  oscillators  at  Fourier  frequencies 
about  108  times  greater  than  those  of  Fig. 
I.3-4  A  least-squares-type  fit  to  the  lowest 
oscillator  curve  of  Fig.  1  is  G(F)  =  3.6 
X  W^/F1 4  (fractional  frequency  devia- 
tion)2 per  cycles  per  second. 

Other  spectrum  measurements  were 
made  in  a  higher  fluctuation,  or  Fourier, 
frequency  range  on  more  recently  con- 
structed transistorized  5-Mc  quartz  oscil- 
lators. The  equipment  consisted  of  an  NH3 
maser,  frequency  multipliers,  a  mixer,  an 
electronic  frequency  meter,  and  a  tunable 
mean-square  indicator.  Analysis  of  these 
data  yielded  G(  F)  =  (5  X  10^3)/0.9(fractional 
frequency  deviation)2  per  cycles  per  second 
in  the  range  0.02  <F<2  cps.  This  result  is 
comparable  to  that  for  the  lower  frequency 
range.  Above  F=2  cps  the  spectral  density 
was  observed  to  increase  with  increasing 
Fourier  frequency  F. 

For  both  types  of  crystal  oscillators 
studied,  the  spectral  behavior  observed 
below  F=2  cps  is  similar  to  that  of  current 
fluctuations  in  current  carrying  semicon- 
ductors. Current  noise  possessing  a  spec- 
trum of  this  type  occurs  widely  in  nature 
and  has  been  referred  to  as  excess  noise, 
flicker  noise,  or  simply  IF  noise.6-6  Excess 
noise  has  been  observed  at  frequencies  as 
low  as  6X10-6  cps.7  In  many  theoretical 
treatments8-10  of  oscillator  stability  it  has 
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been  customary  to  consider  only  the  direct 
effects  of  tube  shot  noise  and  thermal  noise 
on  frequency  stability  with  resulting  theo- 
retical spectra  which  disagree  with  the 
actually  observed  spectra  reported  here. 
The  effect  of  flicker  noise  on  oscillator  sta- 
bility has  been  treated  theoretically  by 
Troitsky.11  His  analysis  resulted  in  a  spec- 
trum similar  to  the  oscillator  spectra  of 
Fig.  1 ;  however,  experiments  of  Driagin4 
failed  to  verify  certain  aspects  of  this  theory. 

A  difficulty  associated  with  the  oscillator 
spectra  of  the  type  shown  in  Fig.  1  is  in 
determining  how  to  extrapolate  curves 
to  lower  frequencies  in  a  meaningful  way. 
It  is  desirable  to  compute  for  an  oscillator 
such  quantities  as  the  power  spectrum 
width,  the  mean-square  frequency  variation, 
and  the  expected  time  error  of  a  clock  con- 
nected to  the  oscillator.  Formal  relationships 
may  be  easily  derived  expressing  these  quan- 
tities as  integrals  over  frequency  of  the 
frequency  fluctuation  spectrum  times  some 
appropriate  filter  function  which  weights 
the  spectrum  in  accordance  with  the  applica- 
tion under  consideration.  However,  these 
integrals  sometimes  diverge  at  the  lower 
limit  if  the  spectrum  is  assumed  to  behave 
at  arbitrarily  low  frequencies  as  a  straight 
line  extrapolation  of  Fig.  1  might  suggest. 
The  convergence  difficulty  was  discussed 
by  Malakhov6  with  reference  to  the  expres- 
sions that  lead  to  the  spectral  distribution 
of  energy  of  an  oscillator  randomly  frequency 
modulated  with  flicker  noise.  After  dispos- 
ing of  the  problem  associated  with  the 
upper  limit,  Malakhov  proposed  proceed- 
ing according  to  the  customary  formalism 
that  is  valid  for  stationary  processes,  with 
the  exception  that  the  lower  limit  F=0  was 
to  be  replaced  by  F=\/T  where  T  is  char- 
acteristic of  the  duration  of  an  experiment 
which  would  determine  the  width  of  the 
power  spectrum.  This  replacement  seems 
reasonable  and  could  be  applied  in  the  com- 
putation of  the  fluctuational  aspects  of 
various  experiments  involving  oscillators. 
However,  the  exact  relationship  between  T 
and  the  duration  of  an  observation  or  ex- 
periment is  somewhat  vague,  though  this  in 
itself  would  be  of  little  consequence  were  it 
not  for  the  fact  that  in  some  cases  examined, 
the  pertinent  integral  was  found  to  be  rather 
dependent  on  the  exact  value  of  the  lower 
limit.  Closer  analysis  of  the  whole  problem 
might  show  that  the  weighting  function, 
rather  than  the  lower  limit,  could,  and 
should,  incorporate  the  duration  of  the  ex- 
periment in  such  a  way  as  to  avoid  the  diffi- 
culty 
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Obscurities  of  Oscillator  Noise* 

In  a  recent  paper1  (which  will  be  referred 
to  as  paper  1)  the  origin  of  crystal  oscillator 
phase  noise  has  been  discussed,  and  an  anal- 
ysis of  the  measurements  reported  therein 
was  used  to  support  the  hypothesis  that 
crystal  oscillator  fluctuations  arise  as  a  re- 
sult of  thermal  noise  in  the  circuitry  asso- 
ciated with  the  oscillator. 

Because  of  the  need  for  knowledge  of 
oscillator  noise  characteristics  and  because 
the  results  given  in  paper  1  conflict  with 
those  given  in  a  recent  paper  by  the  present 
authors,2  it  was  decided  that  a  separate 
analysis  of  the  data  presented  in  paper  1 
should  be  made  in  order  to  ascertain  whether 
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any  alternative  conclusions  might  be  reason- 
able. 

The  data  analyzed  are  those  presented  in 
Fig.  12  of  paper  1,  in  which  good  agreement 
with  the  calculated  curve  of  Fig.  11,  paper 
1,  has  been  taken  as  experimental  verifica- 
tion of  the  hypothesis  that  the  source  of 
oscillator  noise  is  predominantly  thermal. 
Particular  importance  is  to  be  attached  to 
the  higher-frequency  portion  of  the  curve 
to  which  a  single  straight  line  segment  was 
fitted  giving  a  slope  of  6-db  attenuation  per 
octave  with  increasing  frequency.  For  the 
conditions  of  the  experiment  described  in 
paper  1,  the  slope  of  6  db/octave  would 
imply  noise  of  a  thermal  origin. 

The  present  authors  feel,  however,  that 
this  portion  of  data  could  better  be  fitted  by 
two  straight  line  segments  rather  than  by 
one.  In  order  to  test  this  possibility  78  points 
were  read  from  Fig.  12  for  processing  by 
digital  computer.  Since  the  original  posi- 
tions of  the  plotted  points  for  constructing 
Fig.  12  were  fairly  evident,  these  were  the 
points  scaled  for  analysis. 

This  spectrum,  presented  as  a  phase 
fluctuation  spectrum  (in  db)  in  Fig.  12  of 
paper  I,  was  converted  to  a  frequency 
fluctuation  spectrum  by  adding  20  log  F 
in  order  to  facilitate  comparison  with  the 
data  published  by  the  present  authors  and 
is  plotted  in  this  form  in  Fig.  1.  This  pres- 
entation appears  more  suggestive  of  two 
regimes  of  behavior  than  the  original  plot, 
with  the  dividing  point  at  about  4.6  cps.  A 
horizontal  line  on  this  plot  would  be  con- 
sistent with  noise  of  a  thermal  origin. 
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Fig.  1 — Crystal-oscillator  phase  fluctuation  noise 
taken  from  Fig.  12,  paper  1,  and  replotted  as  fre- 
quency fluctuation  noise. 


A  least  squares  fit  was  then  made  to 
logarithms  of  both  sides  of  the  equation, 
G{F)  =  AFa,  to  determine  the  value  of  a 
which  best  fit  the  portion  of  the  data 
analyzed.  This  portion  excluded  the  section 
with  frequencies  lower  than  0.4  cps  in  order 
to  avoid  the  region  of  the  curve  in  the 
vicinity  of  /*,  where  a  departure  from  a 
straight  line  is  expected  to  occur,  as  is  seen 
in  Fig.  11  of  paper  1.  For  the  calculation, 
the  program  was  made  to  give  approxi- 
mately equal  weights  to  equal  frequency 
intervals.  For  example,  a  point  at  100  cps 
was  given  10  times  the  weight  of  a  point  at 
10  cps.  The  values  of  a  obtained  using  this 
weighting,  however,  are  not  greatly  dif- 
ferent, in  the  first  two  cases  below,  from 
those  obtained  using  points  equally  weighted 
as  scaled  from  Fig.  12.  The  results  were  as 
follows. 
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Frequency  Range,  eps 

a 

0.4  to  4.6 

-0.846 

4  .6  to  100 

+0.442 

0.4  to  100 

+0.279 

Thus,  according  to  this  analysis,  the  fre- 
quency fluctuations  of  the  crystal  oscillator 
used  in  the  experiment  would,  at  the  lower 
portion  of  the  frequency  interval  examined, 
increase  with  decreasing  frequency  as 
Gf(F)~l/F>M. 

This  is  the  behavior  noted  by  the  present 
authors,  who  found  the  exponent  a  to  vary 
from  about  —0.9  to  —1.4  for  the  oscillators 
which  they  studied.2  Above  4.6  cps  the 
present  analysis  resulted  in  a  positive  a  of 
0.442,  denoting  increasing  spectral  density 
with  increasing  frequency,  in  the  range  of  a 
few  cycles  per  second  to  100  cycles  per  sec- 
ond, a  trend  which  has  also  been  reported.2 

Inasmuch  as  the  fitting  of  two  straight 
lines  rather  than  one  to  the  data  gave  twice 
as  many  parameters  that  could  be  optimized 
for  the  purpose  of  improving  the  goodness 
of  fit,  it  is  not  surprising  that  the  average 
square  residual  deviation  was  reduced.  No 
statistical  tests  were  made  to  see  if  the  ob- 
served reduction  was  significantly  larger 
than  the  reduction  that  might  be  expected 
to  result  from  the  two  additional  parameters. 
Rather  than  to  rely  on  elaborate  statistical 
tests  of  our  own  limited  data  in  the  4-cps 
region  and  on  the  data  of  paper  1,  to  decide 
on  the  universality  of  the  two  regimes  of 
spectral  behavior,  the  authors  would  prefer 
to  examine  more  data  from  different  labora- 
tories using  different  instruments  for  spectral 
analysis. 

In  the  authors'  opinion  the  origin  of  fre- 
quency fluctuations  in  oscillators  remains 
sufficiently  uncertain  to  justify  the  publica- 
tion of  further  measurements.  The  theory  of 
flicker  fluctuations  in  oscillators  is  particu- 
larly obscure  and  needs  clarification. 

L.  Fey 
W.  R.  Atkinson 
J.  Newman 
National  Bureau  of  Standards 
Boulder,  Colo. 


Author's  Reply3 

It  is  encouraging  to  note  the  interest 
that  has  been  elicited  by  the  spectral  density 
curve  presented  in  my  paper.'  I  think  that 
the  additional  information  provided  by 
Atkinson,  Fey  and  Newman*  (referred  to 
as  paper  2)  further  clarifies  the  origin  of 
oscillator  phase  noise.  However,  before 
discussing  this,  I  should  like  to  reiterate  the 
objectives  of  my  paper  which  are  essentially 
directed  at  systems  behavior  rather  than  at 
component  performance. 

The  sensitivity  and,  hence,  the  range  of 
a  deep-space  receiver  is  a  function  of  kTB 
where  T  is  the  thermal-noise  temperature 
and  B  is  the  noise  bandwidth.  It  would 
seem  at  first  that  the  range  in  a  phase- 
coherent  system  could  be  indefinitely  ex- 
tended by  compressing  the  bandwidth. 
However,  as  indicated  in  my  paper,1  and 
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particularly  in  Figures  11  and  12,  as  the 
bandwidth  is  compressed  the  phase-noise  of 
the  local  oscillator  steadily  increases.  The 
ultimate  range  is  thus  limited  by  the  noise 
temperature  of  the  system  components  and 
the  stability  of  the  local  oscillator.  If  the 
stability  of  the  local  oscillator  can  be  ex- 
pressed in  terms  of  thermal  noise,  we  have 
then  a  unified  concept  of  systems  perform- 
ance in  relation  to  range  in  terms  of  thermal 
noise,  bearing  in  mind,  of  course,  differences 
in  spectral  responses. 

While  there  has  been  an  industry-wide 
attack  on  the  reduction  of  receiver  noise- 
temperatures  with  numerous  and  well- 
documented  papers  on  low  noise  antennas, 
masers  and  parametric  amplifiers,  for  ex- 
ample, very  little,  if  any,  data  have  appeared 
on  oscillator  phase-noise,  and  that  which  have 
appeared  have  not  been  readily  applicable  to 
systems  design  use.  Deep-space  components 
must  frequently  be  held  to  tolerances  of  less 
than  0.1  db  to  ensure  range.  This  is  particu- 
larly true  of  those  components  located  at 
the  input  end  of  the  receiver.  As  the  local 
oscillator  is  one  of  the  sensitive  receiver 
inputs,  its  performance  specifications  must 
be  held  quite  rigid.  Hence  one  of  the  major 
purposes  of  my  paper  was  to  define  the 
problem,  establish  suitable  phase-noise 
criteria,  propose  techniques  for  evaluation 
and,  in  addition,  provide  actual  measured 
systems  data  to  act  as  guideposts.  In  addi- 
tion, if  oscillator  phase-noise  can  be  related 
to  thermal  noise  then  a  language  can  be 
readily  established  for  interpreting  oscilla- 
tor stability.  Experience  with  ultra-stable 
oscillators  in  coherent  systems  has  shown 
that  phase-noise  is  primarily  a  function  of 
erystal-Q  and  the  design  of  the  electronic 
networks.  The  difference  in  stability  be- 
tween two  similar  oscillators  has  been  shown 
to  be,  in  almost  all  cases,  due  to  electronic 
circuit  design. 

The  foundation  of  the  thermal  noise  ap- 
proach is  established  in  Section  III  of  my 
paper  and  further  expanded  in  Sections  IV 
and  V.  The  spectral-density  curve  of  Figure 
12  was  inserted  to  indicate  the  nature  of 
phase-noise  as  measured  at  the  output 
terminals  of  a  phase-coherent  receiver.  The 
close  adherence  of  the  curve  to  a  6-db/octave 
slope  does,  however,  to  a  first-order  bear 
out  the  original  premise  that  the  noise 
originates  in  the  oscillator  as  white  noise 
having  a  flat  spectrum. 

The  frequency  spectrum  covered  by 
Figure  12  is  measured  for  a  system  band- 
width of  2Bl  =  2.S  cps  and  is  seen  to  enter 
the  ultra-low-frequency  region,  a  region  of 
particular  interest  for  the  authors  of  paper  2. 
Generally  speaking,  a  bandwidth  of  2.5  cps 
is  lower  than  could  be  generally  accom- 
modated for  space  communications  due  to 
the  correspondingly  low  information  rate 
achievable.  However  for  the  Venus  radar 
experiment  commented  on  in  my  paper,  a 
2Bj,  =  5  cps  was  employed.  As  will  be  noted 
in  Figure  12  and  as  commented  on  by  the 
authors  of  paper  2,  there  is  an  increase  in 
spectral  density  as  the  frequency  drops  be- 
low 2  or  3  cps;  this  had  been  noted  and  sev- 
eral explanations  suggested.  However,  it 
was  not  possible  in  the  scope  of  the  original 
paper  to  expand  on  this  matter.  The  possi- 
bility of  the  presence  of  1/f  frequency  in- 
stability noise  from  the  crystal  has  been 


raised  in  paper  2.  1/f  noise  is  generally  recog- 
nized to  have  a  slope  of  3  db/octave  ampli- 
tude wise.  If  we  now  make  the  assumption 
that  1/f  crystal  phase  noise  adds  directly  to 
the  thermal  phase  noise  at  the  same  rate  of 
3  db/octave,  then  at  frequencies  above  /* 
in  Figure  12  the  slope  would  be  increased  to 
9  db/octave  and  below  /*  decreased  to  3 
db/octave.  The  problem  then  arises  as  to 
where  the  1/f  crystal  frequency  instability 
noise  sets  in.  The  authors  of  paper  2  favor 
2  cps.  Hence  if  we  reconstruct  Figure  12 
with  a  slope  of  6  db/octave  above  2  cps,  a 
slope  of  9  db/octave  from  0.4  cps  to  2  cps 
and  a  slope  of  3  db/octave  below  0.4  cps, 
we  arrive  at  the  dotted  curve  shown  in  the 
accompanying  figure.  This  new  dotted  curve 
does  appear  to  be  a  closer  match  to  the 
measured  data.  /*  is  moved  closer  to  0.4  cps. 
As  for  2St  =  2.5  cps  this  is  a  more  realistic 
figure,  fk~B[./ir.  I  do  not  think  the  departure 
from  6  db/octave  at  frequencies  above  40 
cps  too  significant  in  this  particular  case. 
The  spectral  components  at  60  cps  are  over 
50  db  down  from  the  lower  frequency  com- 
ponents, and  instrument  noise  for  this  data 
is  becoming  a  prominent  factor  at  —60  db. 
I  would  suggest  that  the  instrumentation 
accuracy  over-all  is  not  better  than  ±  2  db. 


N 

Fig.  2. 


Inspection  of  many  records  of  phase- 
noise  (phase  amplitude  vs  time),  as  meas- 
ured at  the  output  terminals  of  a  closed-loop 
receiver  with  a  meter  having  dc  response, 
indicates  the  presence  almost  invariably  of 
the  largest  components  in  the  /*  region,  and 
in  fact  the  bandwidth  can  frequently  be  es- 
timated from  the  appearance  of  the  noise. 
This  would  appear  to  indicate  then  that  no 
significant  components  are  arising  below 
the/*  region  that  deviate  from  the  proposed 
laws.  Hence  extrapolation  of  1/f  crystal 
noise  at  a  3-db/octave  rate  into  the  ultra- 
low-frequency  region,  i.e.,  below  1  cps, 
appears  to  be  justified.  As  the  flicker  noise 
and  thermal  noise  are  noncoherent,  we 
might  perhaps  expect  the  +  3-db  variations 
in  spectral  amplitude  which  appear  in 
Figure  12.  I  would  also  mention  that  similar 
characteristics  have  been  obtained  both 
for  vacuum  tube  oscillators  and  solid-state 
oscillators.  Further  data  in  this  area  from 
other  workers  in  the  field  would  be,  as 
stated  by  the  authors  of  paper  2,  of  extreme 
interest. 

Leonard  R.  Malling 
Jet  Propulsion  Lab. 
California  Inst.  Tech. 
Pasadena,  Calif. 
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11.    EFFECTS  OF  LONG-TERM  STABILITY  ON 
THE  DEFINITION  AND  MEASUREMENT 
OF  SHORT-TERM  STABILITY 


J.  A.  BAH  NEK  AND  I).  W.  ALLAN 

National  Bureau  of  Standard* 
Boulder,  Colorado 


Several  authors  have  reported  the  measurement  of  a  "flicker  noise"  spectrum  for  the  frequency 
fluctuations,  below  a  few  cycles  per  second,  of  good  quartz  crystal  oscillators.  Experimental  work 
carried  out  at  the  National  Bureau  of  Standards  at  Boulder  is  in  good  agreement  with  these  results. 

The  influence  of  this  longer  term  type  of  noise  turns  out  to  be  of  considerable  importance  in 
the  definition  and  measurement  of  shorter  term  noise,  since  averages  of  this  short-term  noise 
normally  cover  a  total  averaging  time  well  into  the  flicker  noise  region.  A  mathematical  formalism 
which  satisfactorily  avoids  convergence  difficulties  has  been  developed  around  a  set  of  physically 
meaningful  quantities.  Some  theoretically  reasonable  definitions  of  short-  and  long-term  stability 
are  given. 


It  has  been  established  by  many  people  that 
quartz  crystal  oscillators  are  frequency-modulated 
by  a  "flicker"  or  l/a>  type  of  noise  which  extends 
to  at  least  as  low  a  frequency  as  1  cycle  per  year 
and  probably  even  lower.  Because  the  frequency 
emitted  by  any  physically  realizable  device  is 
bounded,  this  flicker  noise  behavior  must  cut  off 
at  some  low,  nonzero  frequency  e. 

It  is  possible  to  construct  some  measure  of 
frequency  stability  (x  )  as  the  time  average  of  a 
function  \(t)  of  the  frequency.  This  function  may 
or  may  not  depend  critically  on  the  cutoff  fre- 
quency e.  Thus,  it  might  be  that,  if  one  measures 
the  average  value  of  x(0  for  some  finite  time  T, 
this  average  value  (x  )r  will  begin  to  approach 
(x )  only  after  T  is  several  times  larger  than  1/e. 
Such  a  stability  measure  is  thus  said  to  be  "cutoff- 
dependent"  and  is  an  inconvenient  measure  of 
frequency  stability,  since  averaging  times  in 
excess  of  several  years  may  be  required  to  obtain 
a  reasonable  approximation  to  (x  )■ 

It  is  apparent  that  a  necessary  condition  (not  a 
sufficient  condition)  on  any  cutoff  independent 
stability  measure  (x  )  is  that  (x )  exists  in  the 
limit  e— »0.  One  can  show  that  such  quantities  as 
the  variance  of  frequency  fluctuations  around  a 


uniform  drift  of  frequency  are,  in  fact,  cutoff- 
dependent  and  hence  not  a  very  useful  measure  of 
frequency  stability. 

Some  measures  of  frequency  stability  which  are 
not  cutoff-dependent  and  have  direct  use  in 
various  applications  are:  (1)  variance  of  fre- 
quency fluctuation  for  finite  sampling  and  averag- 
ing times,  and  (2)  the  variance  of  the  nth  finite 
difference  of  the  phase  for  n>2. 

GENERAL  PROBLEM 

As  stated,  it  has  been  established  that  quartz 
crystal  oscillators  are  frequency-modulated  by  a 
"flicker"  or  1/co  type  of  noise  spectrum.  It  even 
has  been  shown  that  this  flicker-noise  type  of 
spectrum  extends  to  1  cycle  per  year  and  probably 
even  lower.  While  this  spectral  region  is  not  in 
the  realm  of  "short-term"  frequency  fluctuations, 
it  does  have  a  very  profound  influence  on  their 
definition  and  measurement. 

This  can  be  seen  by  considering  a  crystal 
oscillator  whose  frequency  fluctuations  il  from 
a  nominal  value  have  a  (power)  spectral  density 
given  by 

f;o(co)=0(co)+'(VI  "  D'  (!) 
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where  g(w)  predominates  for  the  higher  values 
of  w  and  thus  gives  rise  to  the  "short-term"  fre- 
quency fluctuations.  The  second  term  on  the  right 
is  the  flicker  noise  term.  The  total  mean  square 
of  the  instantaneous  frequency  fluctuation  ((ft)2 ) 
is  then  given  by 

((ft)2)=2y°°Gn(co)  du,        e>0.  (2) 

Since  any  physical  device  must  emit  a  finite 
frequency,  £2  must  be  bounded;  and  thus  the 
integral  in  Equation  2  must  exist.  This  requires 
that  €5^0  in  order  to  insure  the  existence  of 

["(h/l  CO  |)  ofco. 

From  the  preceding  comments,  it  is  apparent 
that  this  "cutoff"  frequency  e  is  not  known  but 
is  certainly  less  than  1  cycle  per  year.  Thus,  any 
meaningful  measure  of  frequency  stability  should, 
in  effect,  be  cutoff-independent;  otherwise,  aver- 
aging times  exceeding  several  years  must  be 
employed. 

It  is  possible  to  consider  some  function  x(0 
obtained  from  the  frequency  (or  phase)  of  the 
oscillator: 

xw=xu(tn  o) 


The  expectation  value  of  x(0  is  then  given  by 

,772 

<x>  =  limT-'/     x(0  dt.  (4) 
r-<x>  J-TI2 

In  principle,  it  is  possible  to  obtain  the  Fourier 
transform  of  Equation  3  and  substitute  this  in 
the  integral  of  Equation  4.  In  this  situation,  the 
only  quantities  x(0  which  have  physical  signifi- 
cance (in  the  sense  of  being  easily  measurable) 
are  quantities  which  do  not  depend  critically  on 
t  as  e— ►().  In  other  words,  lim<^.0+  (x )  must  exist 
for  meaningful  quantities.  Table  11-1  shows 
several  functions  of  the  frequency  which  do  not 
exist  as  e— >0+.  Physically,  this  can  be  pictured 
as  follows:  One  can  measure  the  quantity 

(x)T  =  T-i[T'~x(t)  dt  (5) 

-772 

for  some  given  time  T,  then  extend  the  averaging 
time  to  NT  and  obtain  (x)nt-  If  the  sequence 
{(x)jvr!    is  considered,   one   might   find  that 

lim  j  (x  )nt  I  — > 00  • 

AT-,  co 

For  any  finite  N  and  T,  the  quantity  (x  )nt 
certainly  may  exist.  In  the  limit,  however,  the 
quantity  may  or  may  not  exist. 


Table  11-1. — Cutoff-Dependent  Quantities 


Name 


Expression 


Auto-covariance  function  of  the 
phase  fluctuations 


Auto-covariance  function  of  the 
frequency  fluctuations 


Standard  deviation  of  the 
frequency  fluctuations 


rT/2 

UmT-1  <t>{t)<t>{t+T) 

T-*a>        J -Tjl 


dt 


limT-1  /  Q(t,  r)Q(t  +  T',  t)  dt, 
r-»°o  •'-Tit 

where  Q(t,  r)  =[>(*+§r)  -0(*-$t)]/t 


f  ,772  r  ,772  "1-21 

lim  T-1/     [fi(f,  r)]2  dt- \T-1      a(t,  T)  dt\  \ 

T-'ca  I         J—T/t  L  —Tit  -I  > 
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MEANINGFUL  QUANTITIES 

The  method  of  (power)  spectral  densities  is  a 
powerful  and  often  meaningful  way  of  encom- 
passing a  broad  range  of  measurements.  It  cer- 
tainly has  application  to  the  case  of  flicker  noise 
(Reference  1).  Occasionally,  however,  the  quanti- 
ties of  physical  interest  are  not  simply  related 
to  the  spectrum  or  the  spectrum  contains  more 
information  than  is  needed.  Thus,  other  measures 
of  frequency  stability  have  been  devised.  Two 
additional  methods  are  considered  here. 


RMS  FREQUENCY  FLUCTUATIONS 

As  was  stated  in  Table  11-1,  the  quantity 


Table  11-2. — Finite  Phase  Differences 


<r/(r) 


7--.0,  I  -772L  T  J 


(6) 


is  cutoff-dependent.  However,  if  one  does  not 
pass  to  the  limit  T— >°o  but  specifies  T  and  r, 
the  integral  most  certainly  exists  even  in  the 
limit  t— >0.  Thus,  one  measure  of  frequency  sta- 
bility is  the  function 


<r/(r,  T)  =7 


,»r,(,+r,-„„T 


which  unfortunately  depends  on  tioo  parameters 
r  and  T. 


THE  METHOD  OF  FINITE  DIFFERENCES 

It  is  of  value  here  to  digress  from  short-term 
stability  and  consider  how  quartz  crystal  oscil- 
lators arc  used  in  clock  systems — a  problem  in 
long-term  stability.  Typically,  an  oscillator  is 
used  as  sort  of  a  "fly  wheel"  in  a  clock  system 
between  regular  calibrations  with  a  frequency 
standard.  Thus,  one  measures  an  average  fre- 
quency ft  during  some  interval  t  —  \t  to  £  +  §r,  say. 
One  predicts,  then,  that  (on  the  average)  the 
total  phase  accumulated  by  the  oscillator  A4>  in 


Variable 

Definition 

0„ 

<f>(t0+riT) 

A</>„ 

<t>n  +  1  —  <t>„ 

<t>n+l  —  <$>n 

&24>n 

£.</>„  +  ! -A<£„ 

<j>n+2  —  20„  +  1-|-0„ 

A3<t>n 

A24>„+1-A2tf>„ 

<t>n+3  —  3(£„+2  +  3<£„+l  —  <f>n 

the  larger  interval  t  —  ^T  to  t-\-\T  is  given  by 


(8) 


While  this  may  be  true  "on  the  average,"  the 
frequency  fluctuations  of  the  oscillator  cause  some 
error  5<1>,  given  by 

5$  =  A$-TH, 
r)-0(t-iT) 

-(7yr)|>(<+§T)-<K<-k)].  O) 

If  one  now  sets  T  =  3t  and  defines  the  variable 
<p„  defined  on  the  discrete  range  of  the  integer  n 
by  the  relation 

<t>n  =  <t>(to+nT) 

and  if  one  writes  t=to-\r^T  in  Equation  9,  5$ 
can  be  written  in  the  simpler  form 


5<E>  =  A30n, 


(10) 


where  A3</>„  is  the  third  finite  difference  of  the 
variable  <j>n  (see  Table  11-2).  Thus  the  precision 
of  an  oscillator  used  in  this  system  is  related  to 
the  quantity 

((5$)2)=  <(A»0„)*>,  (11) 

which  certainly  must  exist  if  the  clock  is  any 
good  at  all. 

Indeed,  if  one  considers  Equation  10  in  the 
case  of  flicker  noise  (Reference  2),  not  only  is 
Az(j>n  a,  stationary  function,  but  the  correlation 
with  A3<j>n+k  for  k>3  is  so  small  that  the  con- 
vergence of  the  quantity 

N 

W-'Z  (AV„)2 
for  large  N  is  essentially  that  of  a  random  im- 
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SPECTRAL  DENSITIES 
PHASE  FREQUENCY 


Figure  11-1. 
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correlated  variable.  Similarly  one  finds  in  general 
that  Ak4>n  is  a  stationary,  cutoff-independent  func- 
tion for  k>2. 

CONCLUSIONS 

It  is  of  value  now  to  tie  these  types  of  frequency 
stability  together  by  applying  each  method  to 
the  same  theoretical  model  of  an  oscillator;  in 
particular,  consider  an  oscillator  whose  fre- 
quency is  modulated  by  a  flicker  noise.  Also,  let 
the  system  generate  an  essentially  white  noise 
over  its  bandpass.  Since  this  noise  will  appear  to 
be  half  AM  and  half  FM,  the  spectral  densities 
of  frequency  and  phase  will  appear  as  indicated 
in  Figure  11-1.  On  the  basis  of  this  model,  the 
graphs  of  Figure  11-2  were  obtained. 

It  is  interesting  to  note  that  the  effects  of 
flicker  noise  on  the  variance  of  frequency  fluctua- 
tions depend  on  the  total  averaging  time  (see 
Equation  7) .  Thus,  if  one  were  to  let  N  =  T/t  =  2 
(the  smallest  possible  number  for  a  variance), 
the  oscillator  would  "appear"  better  than  for 
any  other  N.  However,  one  should  take  the  en- 
semble average  of  many  variances  for  N  =  2  to 
obtain  an  acceptably  precise  figure  for  the 
variance. 

The  asymptotes  of  the  curve  showing  the 
variance  of  the  second  difference  differ  from  the 
asymptotes  of  the  frequency  curve  by  a  function 
of  N  and  a  factor  of  r2.  For  this  specialized  case 
the  three  numbers  k,  h,  and  Aw  serve  as  a  complete 
measure  of  frequency  stability  instead  of  giving 
values  of  a  continuous  function,  such  as  spectral 
distribution  or  variance  of  the  nth  finite  dif- 


ference. For  the  variance  of  the  frequency  fluctua- 
tions, one  has  a  stability  measure  which  is  a 
function  of  two  continuous  variables.  It  also  is 
worth  noting  that  this  model,  in  fact,  fits  very 
well  a  broad  class  of  commercially  available 
oscillators. 

One  is  led  to  the  conclusion  that  there  are  some 
commonly  quoted  measures  of  frequency  sta- 
bility which  are  very  impractical.  The  auto- 
covariance  function  of  phase  and  frequency  and 
the  total  rms  frequency  fluctuations  are  not  useful 
concepts  in  the  definition  of  frequency  stability, 
since  it  is  very  difficult  to  obtain  them  experi- 
mentally. While  the  rms  frequency  fluctuations 
for  specified  sample  and  averaging  times  is  a 
meaningful  quantity,  it  is  very  inconvenient  to 
have  a  stability  measure  be  a  function  of  two 
variables.  Thus,  it  is  suggested  that  the  more 
meaningful  concepts  are  (power)  spectral  densi- 
ties of  phase  and  frequency  fluctuations  and  the 
variances  of  the  second  and  higher  finite  dif- 
ferences of  the  phase. 

With  the  difficulty  of  defining  an  rms  fre- 
quency, one  sees  also  the  difficulty  of  measuring 
the  true  (peter)  spectral  density  of  the  output 
voltage  of  an  oscillator.  Indeed,  as  one  makes  his 
analyzer  narrower  in  bandwidth  and  takes  longer 
to  sweep  the  line,  the  spectrum  looks  worse  and 
worse. 
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A  Statistical  Model  of  Flicker  Noise 


J.  A.  BARNES  and  D.  W.  ALLAN 


Abstract — By  the  method  of  fractional  order  of  integration,  it  is 
shown  that  it  is  possible  to  generate  flicker  noise  from  "white" 
noise.  A  formal  expression  for  the  relation  of  flicker  noise  to  white 
noise  is  given.  An  approximate  method,  amenable  to  the  use  of  digital 
computers,  is  also  given  for  the  generation  of  flicker  noise  modulated 
numbers  from  random,  independent  numbers. 

Introduction 

FLICKER  noise  is  a  noise  characterized  by  a  power 
spectral  density  which  varies  inversely  propor- 
tional to  frequency.  This  type  of  noise  has  been 
found  in  many  devices  including  semiconductors  and 
quartz  crystal  oscillators.  The  presence  of  this  type  of 
noise  modulating  the  frequency  of  high-quality  oscil- 
lators has  been  of  particular  interest  to  the  authors, 
and  it  is  in  this  application  that  the  present  paper  is 
directed.  The  principles  used,  however,  are  applicable 
to  flicker  noise  in  general  but  find  convenient  expression 
in  terms  of  the  phase  and  frequency  of  an  oscillator. 

Manuscript  received  November  8,  1965. 

The  authors  are  with  the  National  Bureau  of  Standards,  Boulder, 
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Many  books  in  noise  theory  [l  ]  establish  the  relation, 

S}(a)  =  |  «  |2«S/(<o)  (1) 

between  the  power  spectral  density  S/(w)  of  a  function 
/(f)  and  the  power  spectral  density  S;(u)  of  the  deriva- 
tive of  /(f).  In  the  work  which  follows  it  will  be  assumed 
that  if /(f)  has  a  power  spectral  density  S;(co),  then  /(f) 
also  has  a  power  spectral  density  S/(w).  Equation  (1) 
may  be  inverted  to  the  form 

Sf(u>)  --p-p-  S; («),  (2) 

This  integration  [/(f)  to  /(f)]  cannot,  however,  guar- 
antee the  stationarity  of /(f)  and,  hence,  it  is  not  obvious 
that  the  power  spectral  density  of  /(f)  can  be  defined  in 
an  unambiguous  fashion  even  though  /(f)  may  be  com- 
pletely well  behaved.  Indeed  the  formal  justification 
for  the  existence  of  a  flicker  noise  power  spectral  density 
is  lacking. 


449-176 


Statistical  Model 
Consider  an  ergodic  ensemble  of  functions 

/„(*),       n  =  1,  2,  3,  •  ■  ■ 

such  that  the  ensemble  average  is  given  by 

Lim^-E/n(0  =7W  =  0, 

N~«.  N  n=i 


where  the  bar  indicates  ensemble  average.  Since  the  en- 
semble is  assumed  ergodic,  the  autocovariance  function 
R/(t)  is  given  by 

Rs(r)  =  Lim  -i-  f    /„(/  +  r)/„(i)  A  =  /(*  +  r)/(0 , 


and  it  will  be  further  assumed  that 
K,(t)  =  ^«(t), 


(4) 


that  is,  white  noise.  The  power  spectral  density  of  f„(t) 
is  then  given  by 

S/(co)  = 

If  now  one  assumes  that  there  exists  some  function 
g(t)  such  that 

d 


dt 


according  to  (2)  and  the  assumptions  mentioned  before, 

k 


Similarly,  if  h(t)  =g(t),  then 


|  CO  |4 

That  is,  each  time  the  function  is  integrated,  a  factor  of 
|  co j  2  is  applied  to  the  power  spectral  density.  If  we 
define  S/m)(co)  to  be  the  power  spectral  density  of  the 
ra-fold  integral  oi  f(t),  we  may  write 

k 

5,<->(»)  =  j-r-  ■ 


In  order  to  describe  flicker  noise  frequency  modula- 
tion, we  are  interested  in  the  case  where 

2m  =  1 

or  in  other  words  the  |th  order  integral  of  f(t).  In  this 
model,  5/(1/2)(co)  will  be  taken  to  represent  the  power 
spectral  density  of  the  instantaneous  frequency.  Since 
the  instantaneous  frequency  of  an  oscillator  is  the  de- 
rivative of  the  phase         one  may  write 

S4u>)  =  5/3'2>(co) 

for  our  present  model  of  phase  fluctuations. 

The  concept  of  fractional  order  of  integration  has 


long  been  developed  and  may  be  found  in  several 
references  [2].  Thus  we  may  consider  an  ensemble  of 
oscillators  whose  phase  <j>n{t)  is  given  by  the  relation  [3] 


a.(0  =  ~  (\t-uy-%(u 

I  (A)  J  o 


(3)     forX=|,  or 


=   ^    f    V<   -  Ufn 


)  du 


{u)  du. 


(5) 


One  may  now  obtain  several  relations  which  are  of  use 
later: 

  2  ("  

<t>(t)  =  — -  I    \/t  -  u  f„(u)  du  =  0 
\Ar  J  o 

from  (3).  Similarly 

 4A  f  

4>{l)4>{t  +  t)  =          J    \/(t  -  u)2  +  r(l  -  u)  du 

A 


7T  V 


{It  +  r)y/t*  +  It 


r2  \-2t  +  t  +  2y/t2  +  It 
 In 


} 


(6) 


from  (4)  and  the  5-function  behavior  of  f(u)f(u').  Also 

  4A  P' 

[c6(0]2  =           f    {t  -  n)  du 


2A12 


(7) 


It  should  be  noted  that  both  (6)  and  (7)  depend  on 
t  [i.e.,  $n{t)  is  nonstationary].  In  order  to  further  estab- 
lish the  connection  of  (5)  with  flicker  noise,  it  is  con- 
venient to  evaluate  the  quantity 


(A2c6)5  =         +  2r)  -  2<t>(t  +  r)  +  <t>(t)Y- 

That  is  the  ensemble  average  of  the  square  of  the  second 
difference  of  the  phase  [4].  One  may  write 


(A2c6)2  =  [0(f  +  2r)]2  +  4[*(/  +  r)]2  +  [<K0]2 


-  4[0(/  +  2r)c6(<  +  r)j  -  i[<t>(t  +  r)*(/)] 


+  2[4>(i  +  2t)*(0J- 


(8) 


At  this  point  the  algebra  becomes  excessive.  It  is,  how- 
ever, of  value  to  recognize  that  flicker  noise  is  normally 
observed  on  equipment  which  has  been  operating  for 
long  periods  of  time.  Thus,  it  is  reasonable  to  consider 
the  asymptotic  behavior  of  (8)  as  t/r— ><*>.  If  one  con- 
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siders  first  the  terms  not  involving  logarithms,  it  is 
possible  to  expand  these  terms  in  t2  times  a  descending 
series  in  p  =  t/r.  It  is  found  that  the  coefficients  of 
p>  for  j>—  1  vanish  identically  and  thus  only  the  log- 
arithmic terms  contribute  to  the  asymptotic  value.  Thus 
(8)  becomes 


which  reduces  to 

(A^p  «  f  — V2  In  2  (10) 

for  large  t/r.  Comparison  of  this  result  with  another 
treatment  of  flicker  noise  [4]  indicates  complete  agree- 
ment for  the  dependence  on  r. 

The  Generation  of  "Flicker  Noise  Numbers" 

While  it  might  be  possible  to  have  an  analog  computer 
evaluate  (5) ,  it  is  of  value  to  generate  a  series  of  numbers 
which  behave  analogously  to  (10)  for  discrete  r.  That  is 
if  \pj  [the  analog  to  <p(t)]  is  a  variable  defined  over  the 
range  of  the  integer  j,  then 

<Gfc+2W  -  2*j+N  +  4>i)2)  =  kN\ 

where  k  is  a  constant  and  the  brackets  indicate  an  aver- 
age over  the  entire  range  of  j  (N  is  the  discrete 
analog  of  r). 

One  can  show  [5]  that  if  a,-  is  also  a  discrete  variable, 
the  wth-fold  finite  integral  of  a,  is  given  by 

(A-i)-0y  =  __L        -  o^11*,  en) 

r(w)  t-=i 

where  the  brackets  on  the  exponent  are  defined  to  mean 
xm  -  x(x+  l)(x  +  2)  •  •  -(x  +  1  -  1).  (12) 

Equation  (11)  is  thus  the  discrete  analog  to  (5).  Un- 
fortunately (12)  does  not  have  an  obvious  generalization 
to  fractional  exponents. 

This  problem  was  approached  in  an  experimental 
fashion.  A  set  of  numbers  ipj  were  generated  from  a  set 
of  random,  independent  numbers  a,  obtained  from 
reference  [6].  The  \pj  were  related  to  the  a,  according  to 
the  equation 

h  =  £  Vj+T^i  a,  (13) 
i=i 

and  computed  on  a  digital  computer.  Using  programs 
described  elsewhere  [4],  [7],  an  attempt  to  classify  the 


statistics  of  the  set  \f/j  was  made.  If  one  assumes  that 


vXfcfiY  -  +  h)1)  =  «N»  (14) 

the  values  of  p.  obtained  were  0.83  and  0.84.  From  (10) 
one  sees  that  for  flicker  noise,  p  should  be  the  integer  one. 


(9) 


A  modification  of  (13)  to  the  form 

*/=  ZO'+l-^  (15) 

yielded  data  which  conformed  to  (14)  with  a  //-value  of 
one  as  closely  as  the  experimental  procedure  allowed 
(jii=  1.00  +  0.05).  Thus  (15)  seems  to  generate  flicker 
noise  as  precisely  as  our  techniques  of  analysis  can 
determine. 

Conclusions 

It  has  been  shown  that  a  half-order  integral  of  white 
noise  displays  the  properties  of  flicker  noise.  The  exis- 
tence of  a  formal  expression  relating  flicker  noise  to  white 
noise  suggests  the  possibility  of  recognizing  additional 
sources  and  physical  mechanisms  for  the  generation  of 
flicker  noise.  It  is  possible  to  generate  numbers  with  a 
digital  computer  [using  (15)]  which  present  properties 
similar  to  flicker  noise,  which  is  also  of  value.  Thus  it  is 
possible  to  employ  computer  simulation  of  equipment 
perturbed  by  flicker  noise  processes. 
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Atomic  Timekeeping  and  the  Statistics  of 
Precision  Signal  Generators 


JAMES  A.  BARNES 


Abstract — Since  most  systems  that  generate  atomic  time  employ 
quartz  crystal  oscillators  to  improve  reliability,  it  is  essential  to  de- 
termine the  effect  on  the  precision  of  time  measurements  that  these 
oscillators  introduce.  A  detailed  analysis  of  the  calibration  procedure 
shows  that  the  third  finite  difference  of  the  phase  is  closely  related  to 
the  clock  errors.  It  was  also  found,  in  agreement  with  others,  that 
quartz  crystal  oscillators  exhibit  a  "flicker"  or  type  of  noise 

modulating  the  frequency  of  the  oscillator. 

The  method  of  finite  differences  of  the  phase  is  shown  to  be  a 
powerful  means  of  classifying  the  statistical  fluctuations  of  the  phase 
and  frequency  for  signal  generators  in  general.  By  employing  finite 
differences  it  is  possible  to  avoid  divergences  normally  associated 
with  flicker  noise  spectra.  Analysis  of  several  cesium  beam  frequency 
standards  have  shown  a  complete  lack  of  the  |co|  _1  type  of  noise 
modulation. 

Introduction 

AN  ORDINARY  clock  consists  of  two  basic  systems: 
f—\    a    periodic    phenomenon    (pendulum),   and  a 
counter  (gears,  clock  face,  etc.)  to  count  the 
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periodic  events.  An  atomic  clock  differs  from  this  only 
in  that  the  frequency  of  the  periodic  phenomenon  is,  in 
some  sense,  controlled  by  an  atomic  transition  (atomic 
frequency  standard).  Since  microwave  spectroscopic 
techniques  allow  frequencies  to  be  measured  with  a 
relative  precision  far  better  than  any  other  quantity, 
the  desirability  of  extending  this  precision  to  the  domain 
of  time  measurement  has  long  been  recognized  [l]. 

From  the  standpoint  of  precision,  it  would  be  desira- 
ble to  run  the  clock  (counter)  directly  from  the  atomic 
frequency  standard.  However,  atomic  frequency  stan- 
dards in  general  are  sufficiently  complex  that  reliable 
operation  over  very  extended  periods  becomes  some- 
what doubtful  (to  say  nothing  of  the  cost  involved). 
For  this  reason,  a  quartz  crystal  oscillator  is  often  used 
as  the  source  of  the  "periodic"  events  to  run  a  synchro- 
nous clock  (or  its  electronic  equivalent).  The  frequency 
of  this  oscillator  is  then  regularly  checked  by  the 
atomic  frequency  standard  and  corrections  are  made. 

These  corrections  can  usually  take  on  any  of  three 
forms:  1)  correction  of  the  oscillator  frequency,  2)  cor- 
rection of  the  indicated  time,  or  3)  an  accumulating 
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record  of  the  difference  from  atomic  time  of  the  apparent 
or  indicated  time  shown  by  the  clock.  Both  methods 
1)  and  2)  require  a  calculation  of  the  time  difference, 
and  it  is  sufficient  to  consider  only  the  last  method  and 
the  errors  inherent  in  it. 

A  careful  consideration  of  the  calibration  procedure 
leads  to  the  development  of  certain  functionals  of  the 
phase  which  have  a  very  important  property — existence 
of  the  variance  even  in  the  presence  of  a  flicker  (l/|co| ) 
type  of  frequency  noise.  The  simplest  of  these  func- 
tionals, the  second  and  third  finite  differences  of  the 
phase,  turn  out  to  be  stationary,  random  variables 
whose  auto-covariance  function  is  sufficiently  peaked  to 
insure  rapid  convergence  of  the  variance  of  a  finite 
sample  toward  the  true  (infinite  sample)  variance.  These 
functionals  of  the  phase  have  the  added  features  of 
being  closely  related  to  the  errors  of  a  clock  run  from 
the  oscillator  as  well  as  being  a  useful  measure  of  oscil- 
lator stability. 

With  the  aid  of  these  functionals,  it  is  possible  to 
classify  the  statistical  fluctuations  observed  in  various 
signal  sources.  In  agreement  with  work  of  others 
[2]- [5],  a  flicker  noise  frequency  modulation  was  ob- 
served for  all  quartz  crystal  oscillators  tested.  Similar 
studies  on  several  commercial  rubidium  gas  cells  gave 
uniform  indications  of  flicker  noise  modulation  of  levels 
comparable  to  those  of  the  better  quartz  crystal  oscil- 
lators. 

In  Section  I,  the  effects  on  the  precision  of  a  time 
scale  due  entirely  to  the  calibration  procedure  of  the 
quartz  crystal  oscillator  and  the  oscillator's  inherent 
frequency  instability  are  considered. 

In  Section  II,  the  experimental  results  of  Section  I  are 
used  as  the  basis  for  a  theoretical  model  of  oscillator 


frequency  fluctuations,  and  the  results  are  compared  to 
those  of  other  experimenters. 

In  Section  III,  the  statistics  of  an  atomic  frequency 
standard  of  the  passive  type  (e.g.,  Cs-beam  or  Rb-gas 
cell)  are  considered,  and  the  composite  Clock  system  is 
treated.  Section  IV  is  devoted  to  a  brief  discussion  of 
stability  measures  for  signal  sources. 

I.  Quartz  Crystal  Oscillator  Phase  Fluctuations 

Typical  Gross  Behavior 

Figure  1  shows  a  typical  aging  curve  for  a  fairly  good 
quartz  crystal  oscillator.  The  oscillator  had  been  operat- 
ing for  a  few  months  prior  to  the  date  shown  in  the 
graph.  On  May  1,  1963,  the  frequency  of  the  oscillator 
was  reset  in  order  to  maintain  relatively  small  correc- 
tions. 

Least  square  fits  of  straight  lines  to  the  two  parts  of 
Fig.  1  yield  aging  rates  of  0.536X10~10  per  day  and 
0.515  X10-10  per  day,  respectively.  This  difference  in 
aging  rates  could  be  explained  by  an  acceleration  of  the 
frequency  of  about  —  9X10-15  per  day  per  day.  This 
acceleration  of  the  frequency  is  sufficiently  small  over 
periods  of  a  few  days  when  compared  to  other  sources 
of  error  that  it  can  be  safely  ignored.  Thus,  the  fre- 
quency of  conventional  quartz  oscillators  can  be  written 
in  the  form 


«(/)  =  fl0[l  +  at  +  e(l)] 


(1) 


where  a  is  the  aging  rate,  e(t)  is  a  variation  of  the  fre- 
quency probably  caused  by  noise  processes  in  the  oscil- 
lator itself,  and  t  can  be  considered  to  be  some  rather 
gross  measure  of  the  time  (since  a  and  e  are  quite 
small  corrections). 


Fig.  1.    Frequency  aging  of  a  good  quartz  crystal  oscillator. 
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Actual  Calibration  Procedure  of  a  Clock  System 

The  fundamental  equation  for  atomic  timekeeping 
u  16] 

d<t> 

dt  ' 


V. 


(2) 


where  ft  is  the  instantaneous  frequency  of  the  oscillator 
as  measured  by  an  atomic  frequency  standard,  d<j>  is  the 
differential  phase  change,  and  dt  is  an  increment  of  time 
as  generated  by  this  clock  system.  Since  time  is  to  be 
generated  by  this  system,  and  <f>  and  il  are  the  directly 
measured  quantities,  it  is  of  convenience  to  assume  that 
Q  =  tt(4>)  and  to  write  the  solution  of  (2)  in  the  form, 


St 


d<t> 


(3) 


If  one  divides  the  output  phase  of  the  oscillator  by  fio, 
and  defines  the  apparent  or  indicated  time  tA  to  be 


tA  =  —> 

(1),  (3),  and  (4)  can  be  combined  to  give 

dtA 


At 


Ml  1 


+  at  A  +  e(tA) 


(4) 


(5) 


As  it  is  indicated  in  Fig.  1,  it  is  possible  to  maintain  the 
magnitude  of  the  relative  frequency  offset  [arfx  +  ej 
within  fixed  bounds  of  10-8.  Expanding  (5)  to  first  order 
in  this  relative  frequency  offset  yields 


At  ~  At A 


[at A  +  i(tA)]  dtA 


(6) 


At  =  At  A 


/SQ\ 

Vflo/r 


(7) 


where  (Sfi/floX  is  the  average  relative  frequency  offset 
during  the  interval  tA+i(T '  — r)  to  tA  +  %(T+T). 

Even  though,  in  general,  e  is  not  constant,  e  and  e 
are  not  knowable,  and  thus  one  is  usually  reduced  to 
using  (7)  anyway.  The  problem,  then,  is  to  determine 
how  much  error  is  introduced  by  using  (7). 

The  time  error  5t  accumulated  over  an  interval  T 
committed  by  using  (7)  can  be  expressed  in  the  form, 


U  =  I 

J  i 


lA+T 


1  /5fi\ 

[at A  +e  dtA  -  T{  ), 

YGo/ 


(8) 


where  the  quantity  (bQ,/Q.o)r  is  given  by 

(  — }  =  —  I  [atA  +  e]  dtA.  (9) 

Equations  (8)  and  (9)  can  be  combined  to  give 
SI  =  e(tA  +  T)  -  e(tA) 


(10) 


Equation  (6)  should  then  be  valid  to  about  one  part  in 
1016. 

Normally  the  frequency  of  the  oscillator  is  measured 
over  some  period  of  time  (usually  a  few  minutes)  at 
regular  intervals  (usually  a  few  days).  At  this  point,  it 
is  desirable  to  restrict  the  discussion  to  the  case  where 
the  calibration  is  periodic  (i.e.,  period  T,  determined 
by  tA)  and  then  generalize  to  other  situations  later.  One 
period  of  the  calibration  is  as  follows: 

tA  start  of  calibration  interval 
tA-\-h(T  —  t)  start  of  frequency  measurement  (t<T) 
tA  +  $(T+r)  end  of  frequency  measurement 
tA  +  T  end  of  calibration  interval, 

where  t  is  the  frequency  measurement  interval.  If  i 
were  constant  in  time,  the  frequency  measured  during 
the  interval  tA  +  l(T  —  T)  to  tA  +  h(T+T)  would  be  just 
the  average  frequency  during  the  complete  measure- 
ment interval  T  since  the  oscillator  would  have  an 
exactly  linear  drift  in  frequency.  Also,  if  e  were  con- 
stant, (6).  could  be  written  as 
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It  is  this  equation  which  relates  the  random  phase 
fluctuations  with  the  corresponding  errors  in  the  time 
determination. 

Meaningful  Quantities 

It  is  again  of  value  to  further  restrict  the  discussion  to 
a  particular  situation  and  generalize  at  a  later  point. 
In  particular,  let  T  =  3t,  then  (10)  becomes 

5/  =  e(tA  +  3r)  -  e(tA)  -  3[e(tA  +  2r)  -  e(tA  +  r)].    (11 ) 

It  is  now  possible  to  define  the  discrete  variable  e„  by 
the  relation 

tn  =  t(tA  +  tit),       n  =  0,  1,  2,  •  •  • 

and  rewrite  (11)  in  the  simpler  form  (see  Table  I) 

81  =  A3€„,  (12) 

where  A3e„  is  the  third  finite  difference  of  the  discrete 
variable  e„. 

TABLE  I 
Finite  Differences 
e„  =  ((tA+nT) 


Discrete  variable 

Definition 

Cn 

in 

f{tA  +  nr) 

Ac„ 

t(U+T)-e(tA) 

A*f„ 

Ae„+i  — A«„ 

t(.tA+2r)-2e(tA+T)+t(tA) 

A*tn 

A2e„+i-A2c„ 

t(tA+3T)-3[t(tA+2T)-t(tA+T)]-t(tA) 

A4e„ 

A3t„+l-A3e„ 

t(U  +4t)  -4  [t(tA  +3r)  +  t (<a  +r)  ] 

+6t(tA+2r)  +e(jtA) 

Similarly,  (2)  may  be  integrated  directly  using  (1)  to 
obtain 


4>(Ia)  — 


tA  H  U*  +  e(U) 


+  *(0).  (13) 


Thus,  by  defining  another  discrete  variable  <f>„,  the  third 
difference  of  (13)  yields  the  relation 


A34>„  =  fi0A3€„, 


or  equivalently, 


5/ 


(fio) 


A3<t>n. 


(14) 


(15) 


It  is  now  possible  to  set  up  a  table  of  meaningful  quan- 
tities for  time  measurement  (see  Table  II). 


If  three  oscillators  are  used,  it  is  possible  to  indepen- 
dently measure  the  three  quantities  an,  an,  and  an-  Thus 
there  exist  three  independent  equations: 


(18) 


fl22 

+ 

*22 

0"132 

=  <rr 

+ 

a*2 

<T232 

=  <T22 

+ 

C32 

While  the  three  equations, 
dta  =  A3en(i>  -  A3en<'> 


i,  j  =  1,  2,  3 

i  <  j 


are  not  linearly  independent,  the  standard  deviations 
an'  given  by  (18),  in  fact,  form  linearly  independent 
equations  (subject  only  to  certain  conditions  analogous 


TABLE  II 
Meaningful  Quantities 


Quantity 

Discussion 

Phase  \4>„ 

Must  exist  for  all  times  of  interest  and  be  measurable. 

First  difference  of  the  phase  }A<p„ 

Proportional  to  the  average  frequency  in  the  interval  t.  Must  exist  for  all  time. 

Second  difference  of  the  phase  )A20„ 

Related  to  the  drift  of  the  oscillator  frequency.  Must  exist  for  all  time. 

Variance  of  the  second  difference )  ([A2<j>„  —  (A20„)]2) 

(It  is  possible  to  construct  a  time  scale  even  if  this  does  not  exist.  However,  experiment 
indicates  that  it  is  probably  finite.) 

Third  difference  of  the  phase  |A3<£„ 

Proportional  to  the  clock  error  in  the  time  interval  T=3t.  Must  exist  if  clock  is  to  be  of 
value. 

Mean  square  third  difference  j((A30„))2 

Proportional  to  the  precision  of  time  interval  measurements.  Must  exist  if  dock  is  to  be 
of  value. 

Where  all  averages  are  defined  by  the  relation: 

1  rTn 
(fit))  =  Lim  -  f(t)dt. 

T—*°o   1    J  _772 

Experimental  Determination  of  Phase  Fluctuations 

If  one  measures  the  phase  difference  between  two 
oscillators,  (15)  applies  to  both,  and  hence  the  difference 
phase  8n  =4>ua)  —</>„< 2)  is  related  to  the  difference  time 
5^i2  =     —  5/2  by  the  relations 

1 

8t12  =  —  A30„  =  AV  -  AV2>.  (16) 

Provided  that  the  cross-correlation  coefficient  ((A3e„(1)) 
(A3e„(2)))  is  zero  (i.e.,  the  e^'  are  noncorrelated),  the 
variance  of  btn  becomes 

cri22  =  ((5/12)2)  =  ((AV1')2)  +  ((AV2>)2>,  (17) 

since  it  is  assumed  that  (A3e„)  =  0.  The  assumption  that 
the  cross-correlation  coefficients  vanish  is  equivalent  to 
postulating  an  absence  of  linear  coupling  between  the 
oscillators  either  electrically  or  through  their  environ- 
ment. It  is  of  value  to  develop  a  scheme  which  is  capa- 
ble of  classifying  individual  oscillators  rather  than 
treating  ensembles  of  assumed  identical  members.  Thus, 
this  development  is  restricted  to  time  averages  of  indi- 
vidual oscillators  rather  than  ensemble  averages. 
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to  the  triangle  inequalities).  Thus,  the  systems  of  (18) 
are  solvable  for  the  three  quantities  cr,2  =  ((5<t)2)-  It  is 
thus  possible  to  estimate  the  statistical  behavior  of  each 
individual  oscillator. 

Apparatus 

A  phase  meter  was  used  similar  to  one  described  in 
Cutler  and  Searle  [5].  The  basic  system  was  aligned 
with  an  electrical-to-mechanical  angle  tolerance  of 
about  +0.25  percent  of  one  complete  cycle,  and  since 
the  phase  meter  is  operated  at  10  Mc/s,  this  implies  the 
possibility  of  measuring  the  time  difference  to  +0.25 
nanoseconds.  The  output  shaft,  in  turn,  drives  a  digital 
encoder  with  one  hundred  counts  per  revolution  and  a 
total  accumulation  (before  starting  over)  of  one  million. 
Thus  the  digital  information  is  accurate  to  within  one 
ns  and  accumulates  up  to  one  ms.  Since  measurements 
are  made  relatively  often,  it  is  easy  for  a  computer  to 
spot  when  the  digital  encoder  has  passed  one  ms  on  the 
data,  and  this  restriction  on  the  data  format  in  no  way 
hampers  the  total  length  of  the  data  handled. 

Since  the  oscillator  is  assumed  to  have  a  linear  drift 
in  frequency  with  time,  the  variance  (about  the  mean) 
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of  the  second  difference  of  the  phase  should  depend  only 
on  the  e„(i).  For  the  evaluation  of  clocks,  it  is  the  mean 
square  time  error  which  is  important  and,  thus,  the 
mean  square  (rather  than  variance)  of  the  third  differ- 
ence of  the  phase  is  the  quantity  of  importance.  Calcu- 
lations of  these  quantities  from  the  phase  d„  were  ac- 
complished on  a  digital  computer.  Normally  the  phase 
difference  is  printed  every  hour  for  at  least  200  hours 
and  the  computer  program  computes  the  A20„  and 
A30„  for  r  equal  to  2,  4,  6,  8,  etc.,  hours.  Thus  it  is  possi- 
ble to  plot  the  square  root  of  the  variance  of  the  second 
difference  and  the  root  mean  square  third  difference  of 
the  phase  as  a  function  of  the  variable  r.  A  typical  plot 
of  these  two  quantities  appears  in  Fig.  2. 
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Fig.  2.    Variance  of  second  and  third  difference  as  a  function  of  r. 

Since  many  revolutions  of  the  phase  meter  are  nor- 
mally encountered  between  data  points,  the  combined 
effects  of  nonperfect  electrical-to-mechanical  phase  and 
rounding  errors  of  the  digital  encoder  can  be  combined 
into  one  stationary,  statistical  quantity  y,  that  can  be 
assumed  to  have  delta-function  auto-correlation.  Let  x 
represent  the  rounding  errors  of  the  digital  encoder 
defined  by  the  difference  between  the  encoded  number 
and  the  actual  angular  position  of  the  shaft.  Then 
these  rounding  errors  form  a  rectangular  distribution 
from  —0.5  ns  to  +0.5  ns,  and,  thus,  contribute  an 
amount 


/1/2 
-1/2 


dx 


f" 

J  -1/ 


=  0.08  ns'2 


to  <72).  The  nonperfect  electrical-to-mechanical  phase 
conversion  is  sinusoidal  in  nature  and,  thus,  contributes 
an  amount  equal  to 

i(0.25)2~  0.03  ns2. 

The  final  value  for  (72)  should  then  be  about  0.11  ns2. 

This  was  checked  by  taking  two  very  good  oscilla- 
tors operating  at  a  rather  large  difference  frequency 
(~5X10~~9),  and  printing  the  phase  difference  every  10 
seconds  for  several  minutes.  Since  frequency  fluctuations 
of  the  oscillators  are  small  compared  to  1X10-10,  the 
resultant  scatter  can  be  attributed  to  the  measuring  sys- 
tem. The  results  of  this  experiment  gave  the  value  0.19 
ns2  for  (72). 

Since  y  is  assumed  to  have  a  delta-function  auto-cor- 
relation, reference  to  Table  I  shows  that  ((A37)2) 
=  20(72),  and  thus  (18)  may  be  more  precisely  written, 


au2  =  <rr  +  <T22  +  20<72> 
ffu  =  <ri2  +  <732  +  20  <72> 

T23  =  <722  +  <732  +  20(T2) 


(18') 


For  the  best  oscillators  tested,  o\/  became  about 
2((A37)2)  for  r  =  103  seconds,  and,  therefore,  measure- 
ments were  limited  on  the  lower  end  to  20  minutes  or 
1200  seconds.  The  longest  run  made  lasted  a  little  over 
a  month  or  about  one  thousand  hours.  Thus  the  largest 
value  of  t  which  might  have  reasonable  averaging  is 
about  one  hundred  hours  or  3.6  X105  seconds.  This  lim- 
its the  results  to  about  two  orders  of  magnitude  varia- 
tion on  t. 

While  it  is  possible  to  build  appropriate  frequency 
multipliers  and  mixers  to  improve  the  resolution  of  the 
phase  meter  and  reduce  the  lower  limit  on  t,  it  was  con- 
sidered that  the  longer  time  intervals  are  of  greater  in- 
terest because  T  ( =  3r)  is  normally  between  one  day 
and  one  week. 

II.  Theoretical  Development 

Introductory  Remarks 

In  the  development  which  follows,  certain  basic  as- 
sumptions are  made.  It  is  assumed  that  the  coefficients 
fi0  and  a  of  (1)  may  be  so  chosen  that  the  average  value 
of  e(t)  is  zero;  i.e., 

<«(<)>  =  0. 

It  is  also  assumed  that  a  translation  in  the  time  axis, 
t.i— >tA-\-$,  (stationarity)  causes  no  change  in  the  value 
of  the  auto-covariance  function, 


J?«(t)   =   <«(/)■€(/  +  T)) 

-  <efl +  €)•*(/  +  * +  t)>. 


(19) 


The  only  justification  of  this  assumption  lies  in  the  fact 
that  the  results  of  the  analysis  agree  well  with  experi- 
ment and  the  results  of  others.  In  the  development 
which  follows,  one  cannot  assume  that 
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exists  (i.e.,  is  finite)  and,  hence,  Wiener  [7]  cannot 
guarantee  that  (19)  is  valid.  While  it  may  be  that  i?e(r) 
does  not  exist,  quantities  such  as 


U(t)  =  2[Re(0)  -  Rt(r)] 


(20) 


may  exist  and  be  meaningful  if  limits  are  approached 
properly.  It  is,  thus,  assumed  that  relations  such  as 
(20)  have  meaning  and  may  be  handled  by  conventional 
means. 

Development  of  Experimental  Results 

All  oscillator  pairs  tested,  which  exhibited  a  stable 
drift  rate  as  indicated  in  Fig.  1  and  did  not  have  obvious 
diurnal  fluctuations  in  frequency,  showed  a  definite, 
very  nearly  linear  dependence  on  t  for  both  the  standard 
deviation  of  the  second  difference  and  the  root  mean 
square  third  difference  of  the  phase.  It  was  observed 
that  if  an  oscillator  were  disturbed  accidentally  during 
a  measurement,  the  plot  would  have  a  more  nearly  t3/2 
dependence.  This  is  probably  because  the  assumption 
of  a  negligible  quadratic  dependence  of  frequency  with 
time  is  not  valid  when  the  oscillator  is  disturbed.  All 
oscillators  tested,  therefore,  were  shock  mounted  and  all 
load  changes  and  physical  conditions  were  changed  as 
little  as  possible. 

A  least  square  fit  of  all  reliable  data  to  an  equation  of 
the  form 


V"  ((Ame„)2)  =  VkmT* 


2,3,4 


(21) 


gave  a  value  of  1.09  for  the  average  of  the  n's.  The  values 
of  ji  ranged  from  about  0.90  to  1.15  (and  even  to  1.5 
when  the  oscillators  were  disturbed  during  the  measure- 
ment). It  is  of  interest  to  postulate  that,  for  an  "ideal," 
undisturbed  quartz  crystal  oscillator,  the  value  of  ix  is 
exactly  the  integer  one,  and  to  investigate  the  conse- 
quences of  this  assumption. 

Because  certain  difficulties  arise  at  the  value  /x  =  1,  it 
is  essential  to  calculate  with  a  general  n  and  then  pass  to 
the  limits  yu— >1(~>  for  the  quantities  of  interest.  This  is 
equivalent  to  considering  a  sequence  of  processes  which 
approach,  as  a  limit,  the  case  of  the  "ideal"  crystal 
oscillator.  Thus  (21)  may  be  rewritten  for  ra  =  2  in  the 
form 

<(A2en)2>  =  h\  r|2".  (22) 
Using  Table  I,  (22)  may  then  be  rewritten  as 
6([<tA)]2)~He(tA)  ■e(tA  +  T))  +  2(i(tA)  ■  e(tA  +  2r))  =  k2 1  r  |2" 


or,  equivalently, 


6R((0)  -  8R,(T)  +  2R€(2r)  =  k2  \  t 


(23) 


As  mentioned  above,  the  function  U(t)  is  defined  by  the 
relation 


U(r)  s  ([e(tA)  - 
=  2[2?«(0) 


<tA  +  r)]2) 


(24) 


and  is  assumed  to  exist.  Equations  (23)  and  (24)  may 
be  combined  to  give 


4J7(t)  -  U(2t)  =  k,  \  t  |2". 
If  a  trial  solution  of  the  form 

U(t)  =  A(fi).  |  7-1' 
is  used,  one  obtains 

A(J3)-  |  t|"[4  -  2*]  =  ft,  |  t|2" 
from  which  one  concludes  that 

0  =  2M  <  2, 
(4  -  V)A(fi)  = 

and 

2       ,  , 

U(r)  = 


(25) 


2  2M 


(26) 


where  ^<  1  since  U(t)  and  feare  non-negative.  Equation 
(21)  may,  thus,  be  satisfied  if 


Lim_(4  -  22")^(2M)  =  k2, 


(27) 


which  implies  that  A  (2)  is  infinite.  It  is  for  this  reason 
that  the  limiting  process  must  be  employed. 

It  is  not  necessary,  however,  to  assume  a  particular 
form  for  A  (2^)  because  (27)  is  sufficient  for  the  purposes 
of  this  development. 

It  is  now  possible  to  determine  the  mean  square  third 
difference  of  e„;  i.e.,  from  Table  I, 

<(A3e„)2)  =  20([e(^)]2)  -  30([e(tA)  ■  e(tA  +  r)]) 

+  U([e(tA)-c(tA  +  2r)]>  -  2([e(tA)-e(tA  +  3r)]),  (28) 

where  use  has  again  been  made  of  (19).  Equation  (28) 
may  equivalently  be  written  in  the  form 


((A'eJ2)  =  1S£/(t)  -  6U(2t)  +  U(3r), 
which  may  be  combined  with  (26)  to  yield 

&2  T 


(29) 


<(A3e„)2>  = 


[15  +  6(22*)  +  32"].  (30) 


(4  -  22") 

If  one  now  passes  to  the  limit  fi— >1(_),  (30)  becomes 
£2r2(241n  2  -  9  In  3) 


<(A3en)2>  = 


4  In  2 


(31) 


Thus,  a  quadratic  dependence  of  the  variance  of  the 
second  difference  of  the  phase  implies  a  quadratic  de- 
pendence of  the  mean  square  third  difference,  and  the 
ratio 


<(A36„)2) 
<(A26*)2> 


=  1.5601  • 


(32) 


is  independent  of  r.  The  average  ratio  of  the  points 
plotted  in  Fig.  2  is  1.65.  Values  ranging  from  1.4  to  1.7 
were  observed  for  various  runs  on  different  oscillator 
pairs.  Average  value  for  all  reliable  data  taken  is  1.52. 
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Fig.  3.    Typical  control  loop  for  an  atomically  controlled  oscillator. 


Generalization  of  the  Time  Error  Problem 

The  average  frequency  of  an  oscillator  over  an  inter- 
val of  time  is  just  the  total  elapsed  phase  in  the  interval 
divided  by  the  time  interval.  Since  errors  of  the  fre- 
quency standard  are  not  presently  being  considered,  the 
calibration  interval  of  Section  I  gives  rise  to  an  error 
time  5/  which  could  be  expressed  as  a  sum 


1  m 

St  =  —  E  an<t>(tA  +  M, 

£2(J  ti=0 


(33) 


where  +  1  is  the  total  number  of  terms  and  the  set 
[a„,  b„ }  are  chosen  to  fit  the  particular  calibration  pro- 
cedure. Indeed,  any  calibration  procedure  must  give 
rise  to  an  error  time  which  is  expressible  in  the  form 
of  (33). 

There  are,  however,  certain  restrictions  on  the  { an,  bn  \ 
which  are  of  importance.  First,  it  is  a  matter  of  conve- 
nience to  require  that  bi>bn  for  l>n.  Also,  if  the  oscillator 
were  absolutely  perfect,  and  e(tA)  were  identically  zero, 
one  should  logically  require  that  the  error  time  ht  be 
identically  zero,  independent  of  tA,  the  drift  rate  a,  and 
the  basic  time  interval  t.  That  is,  from  (13) 


St  =  E  an  ■  (tA  +  M  +  —  E  an- (tA  +  bnTy-  =  0  (34) 
' n=o  2  n=o 

for  all  tA,  a,  and  t.  One  is  thus  led  to  the  three  condi- 
tions: 


E  <>»  =  0, 
n=Q 

m 

E  anbn  =  0, 

n=0 

£  ^bn2  =  0. 
n=0 

It  is  of  interest  to  form  the  quantity 

(  E  anbn2)  (  X><)  =  Z  an'b,r  +  £  anaibj 

\  71  =  0  /     \  71  =  0         /  71  =  0  71<! 

+  E  Undlbn2, 
Kn 


(35) 
(36) 
(37) 


and  it  is  now  possible  to  interchange  the  subscripts  n 
and  /  in  the  last  term  of  (38)  and  write  the  equation  in 
the  form 

771  771  ' 

E  a^bn2  +  E  anai{bn2  +  b?)  =  0.  (39) 

7i=0  n<l 

Subtracting  the  square  of  (36), 


E  a"br,  )  (  E  aibi )  =  E  a^bj  +  2  E  a»aib„bi 


n<l 


one  obtains 


E  anai(bi  —  bn)2  =  0 


(40) 


as  another  condition  on  the  [an,  b„ } .  Equation  (40)  is, 
of  course,  not  independent  of  (35)— (37) . 

For  the  actual  situation  where  e(tA)  is  not  identically 
zero,  one  is  reduced,  as  before  [see  (7)],  to  using  condi- 
tions (35)-(37)  since  e(tA)  is  not  knowable.  The  time 
error  then  becomes 


St  =  E  a-n-e(tA  +  bnr) 


(41) 


where  use  has  been  made  of  (13),  (33),  and  the  restric- 
tions (35)— (37) .  Note  that  (41)  is  the  generalization  of 
(10).  The  square  of  (41)  can  be  written  in  the  form 

771 

{St)2  =  E  °n2e2(tA  +  bnr) 

71  =  0 

+  2  E  ana,[e(iA  +  bnr)-e{tA  +  Ml,  (42) 

n<l 

which  may  be  averaged  over  tA  to  yield 
((St)2)  =  E  a,2((e(tA))2) 

71=0 

+  2  E  a,M[t(U)-e(tA  +  (bi  -  b„)r)}),  (43) 

71<! 

where  use  has  again  been  made  of  (19). 
The  square  of  (35)  may  be  written  as 

m  m 

E  fl«2  +   2   E  anal  =  0> 
71  =  0  n<l 

and  (43)  then  becomes 

((St)2)  =  -  E  anat{(e2(tA){2(e2(tA)) 

n<l 

-  2([e(tA)-e(tA  +  (bt  -  6„)r)])}.  (44) 
Combining  (44)  with  (21)  one  obtains 


(38) 

458-213 


((St)2)  =  -  E  analU((bl  -  6»)r).  (45) 
7i<; 


Substitution  of  (26)  in  (45)  yields 

£  anal(bl  ~  bny 
((Sty)  =  -  k2\  r|2"-~' 


4  -  22" 


(46) 


which  is  indeterminate  of  the  form  (0/0)  for  m  =  1  be- 
cause of  (40).  Making  use  of  L'Hospital's  rule,  the  limit 
of  this  expression  as  fj.^>l(~)  is 

kor2  m 

((St)2)  =   £  anal(bl  -  bny  In  (bt  -  bn).  (47) 

4  In  2  n<t 

Equation  (47)  is  thus  the  generalization  of  (31).  Since 
many  terms  appear  in  the  summation  in  (47),  a  com- 
puter program  was  written  for  evaluation  with  particu- 
lar sets  of  { an,  bn } . 

Comparison  With  Others 

If  one  were  to  assume  that  (20)  could  be  solved  for 
Rt(r),  one  would  obtain 

Rt(r)  =  Rt(0)  -  \U(r)  (48) 

which  expresses  the  auto-covariance  function  in  terms 
of  U(t).  If  one  assumes  still  further  that  the  Wiener- 
Khinchin  theorem  applies  to  (48),  the  power  spectral 
density  of  e(/)  is  then  the  Fourier  transform  of  Rt(r); 
i.e., 


r  *2  r  r"  1 

S2(u)  =  F.T.   Re(0)  —   . 

L  2(4  -  22*)J 


Fortunately,  Fourier  transforms  of  functions  like  j  -7-  [ 2** 
have  been  worked  out  in  Lighthill  [8].  The  result  is 


Rt(0) 

St(w)  =   8(u) 

2ir 


l  r     *(2M  +  l)' 

k2  cos   

L  2 


[(2M)!]|o)|-2"-1 


2tt(4  -  22") 


(49) 


The  factor  of  (l/27r)  occurs  because  5e(co)  is  assumed  to 
be  a  density  relative  to  an  angular  frequency  co,  rather 
than  a  cycle  frequency  (J  =  u}/2ir)  as  is  used  in  [8].  The 
first  term  on  the  right  of  (49)  indicates  an  infinite  den- 
sity of  power  at  zero  frequency,  i.e.,  a  nonzero  average. 
The  zero  frequency  components  are  not  measurable 
experimentally,  and  hence  this  term  will  be  dropped  as 
not  being  significant  to  these  discussions.  The  second 
term  on  the  right  of  (49)  is  indeterminate  for  fi  =  l.  As 
before,  the  limit  as  ju— may  be  obtained,  yielding 


S.(co)  = 


8  In  2 


(50) 


for  the  final  result. 

The  assumptions  needed  to  arrive  at  (50)  are  not 
wholly  satisfying,  and  it  is  of  value  to  show  that  (50) 
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implies  that  ((A2en)2)  is  indeed  given  by  (21)  for  m  =  2. 
Only  one  additional  assumption  is  needed,  the  Wiener- 
Khinchin  theorem.  Since  Re(r)  and  5e(w)  are  real  quan- 
tities, this  theorem  may  be  written  in  the  form 

/» 00 
S,(u)  cos  cot  du.  (51) 
0 

From  Table  I,  one  may  obtain  (after  squaring  and 
averaging)  the  expression 

<(A2e„)2)  =  6i?e(0)  -  SR,(t)  +  2Rt(2r).  (52) 

Substitution  of  (51)  in  (52)  yields 

St(w)[3  -  4  cos  (air)  +  cos  (2cor)]  dw.  (53) 

0 

Using  (50)  for  S((w)  is  a  lengthy  but  straightforward 
process  to  evaluate  the  integral  in  (53).  The  result  is, 
in  fact, 

((A2e„)2>  =  k2r*, 

in  agreement  with  (21). 

If  gt(co)  is  the  Fourier  transform  of  e(t),  it  is  shown, 
for  example,  in  Lighthill  ([8]  p.  20),  that 

gl(o>)  =  iwg,(w) 

is  the  Fourier  transform  of  e(t).  Thus,  the  power  spectral 
density  of  i(t)  is  related  to  the  power  spectral  density 
of  i(t)  by  the  familiar  relation 

S-t{u>)  =  <j)2S((oj). 

Thus,  the  power  spectral  density  of  the  frequency  fluctua- 
tions of  an  "ideal"  oscillator  may  be  given  as 


Si(co)  = 


8  In  2 


that  is,  flicker  noise  frequency  modulation.  The  exis- 
tence of  this  type  of  noise  modulating  the  frequency  of 
good  quartz  crystal  oscillators  has  been  reported  by  sev- 
eral others  [2]- [5],  [9]. 

Comments  on  the  "Ideal"  Oscillator 

It  has  thus  been  shown  that  the  assumptions  of  sta- 
tionarity  and  "ideal"  behavior  form  a  basis  for  a  mathe- 
matical model  of  a  quartz  crystal  oscillator  which  is  in 
quite  good  agreement  with  several  experiments  and  ex- 
perimenters. On  the  basis  of  this  model,  it  is  now  possi- 
ble to  predict  the  behavior  of  systems  employing 
"nearly  ideal"  oscillators  with  the  hope  of  committing 
no  great  errors.  There  are  compelling  reasons  to  believe 
that  U(t)  actually  exists  (see  Section  IV)  for  real  oscil- 
lators in  spite  of  (26).  Such  conditions  require  that  the 
I  co  I  — 1  behavior  for  the  power  spectral  density  of  the  fre- 
quency fluctuations  cut  off  at  some  small,  nonzero  fre- 
quency. From  some  experiments  [2]  conducted,  how- 
ever, this  cutoff  frequency  is  probably  much  smaller 
than  one  cycle  per  year.  Such  small  differences  from 
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zero  frequency  are  of  essentially  academic  interest  to  the 
manufacturer  and  user  of  oscillators.  Quantities  which 
may  be  expressed  in  the  form  of  (41),  however,  where 
the  coefficients  satisfy  conditions  (35)-(37),  have  finite 
averages  even  in  the  limit  as  flicker  noise  behavior  ap- 
proaches zero  modulation  frequency.  Such  quantities 
are  called  cutoff  independent  in  contrast  to  quantities 
like  U(t)  which  will  exist  only  if  the  flicker  noise  cuts  off 
at  some  nonzero  frequency. 

III.  Atomic  Frequency  Standards 
Passive  Devices 

There  are  in  use  today  two  general  types  of  atomic 
frequency  standards:  1)  the  active  device  such  as  a 
maser  whose  atoms  actually  generate  a  coherent  signal 
whose  frequency  is  the  standard,  and  2)  the  passive  type 
such  as  a  cesium  beam  or  rubidium  gas  cell.  In  the  pas- 
sive type,  a  microwave  signal  irradiates  the  atoms  and 
some  means  is  employed  to  detect  any  change  in  the 
atom's  energy  state.  This  paper  is  restricted  to  the  pas- 
sive type  of  frequency  standard.  Some  experiments  are 
in  progress,  however,  to  determine  the  statistical  be- 
havior of  a  maser  type  oscillator. 

It  is  first  of  value  to  discuss  in  what  way  a  "standard" 
can  have  fluctuations  or  errors.  Consider  the  cesium 
beam.  Ideally  the  standard  would  be  the  exact  frequency 
of  the  photons  emitted  or  absorbed  at  zero  magnetic 
field  in  the  (F=4,  w/  =  0)<->(F  =  3,  ms  =  0)  transition  of 
cesium133  in  the  ground  electronic  state  for  an  infinite 
interaction  time.  This  is,  of  course,  impossible.  This 
means  that  the  standard  is  at  least  less  than  ideal  and 
one  is,  thus,  led  to  speak,  in  some  sense  of  the-word, 
about  "errors"  or  even  "fluctuations"  of  the  standard. 

Figure  3  shows  a  block  diagram  of  a  typical  standard 
of  the  passive  type.  An  equivalent  diagram  of  this  fre- 
quency-lock servo  is  shown  in  Fig.  4,  where  Vi(w)  is  the 
Fourier  Transform  of  the  noise  generated  in  the  detec- 
tors, associated  demodulating  circuitry,  and  the  fre- 
quency multipliers  of  Fig.  3.  V<t(<a)  is  an  equivalent 
noise  voltage  driving  the  reactance  tube  in  the  oscillator 
to  produce  the  t(tA)  term  in  the  unlocked  oscillator, 
such  that  flicker  noise  FM  results.  The  power  spectrum 
of  F2(co),  then,  is  given  by 


C*Sy2  = 


(54) 


work  is  —  /3-y  where  j3  has  the  dimensions  of  volt- 
seconds.  Thus,  the  equation  governing  the  operation  of 
the  servo  can  be  expressed,  in  the  frequency  domain,  as 


F2(co)  + 


juTl 


CN  =  7(«). 


(55) 


This  leads  to  a  power  spectral  density  for  y  given  by 

,        (NCySv^)  +  NWh.  1  co  | 
Sv(co)  =  —  —  (56) 

coVi2  +  {pNcy 

where  use  has  been  made  of  (54). 

Normally,  coti  becomes  of  the  order  of  (fiNC)  for  co  of 
the  order  of  10  s_1.  Thus,  for  small  w,  (56)  becomes 


1 

(82 


(57) 


for  co  <  1  s_1. 
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Fig.  4.    Equivalent  servo  diagram  of  passive  type  frequency  standard. 


where  A,/|co|  is  the  power  spectral  density  of  the  fre- 
quency fluctuations  of  the  unlocked  oscillator. 

It  is  easiest  to  treat  the  servo  equations  by  the  use  of 
the  variable  y,  defined  to  be  the  difference  between  the 
output  frequency  of  the  multiplier  and  the  "ideal"  fre- 
quency of  the  atomic  transition  (the  output  of  the 
"atomic  device,"  as  shown  in  Fig.  4,  is  then  assumed  to 
be  the  constant  zero).  In  order  to  preserve  the  dimen- 
sions of  voltage  for  the  addition  networks,  it  is  conve- 
nient to  assume  that  the  output  of  the  subtraction  net- 
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Fig.  5.    Variance  of  differences  of  the  relative  phase  difference 
between  two  atomic  standards. 


By  applying  the  techniques  of  Section  I  to  the  differ- 
ence phase  of  two  cesium  beams,  the  curves  shown  in 
Fig.  5  were  obtained.  Through  least  square  fits  to  the 
data  and  comparing  the  ratios  of  the  variances  of  dif- 
ferences (see  Appendix),  the  result  was  obtained  that  the 
data  fit  curves  of  the  form 

((Am7,)2)  =  Bm\  t|" 

for  77  =  1.34,  with  an  uncertainty  (standard  deviation) 
of  about  +0.04.  Again  using  [8]  as  before,  this  leads  to 
the  result  that 


SM  = 


V3 

g  «  b1  —  r 

4?r 


(I) 


(58) 


where  ;u  =  0.34 +  0.04.  One  is,  thus,  led  to  the  very 
strange  conclusion  that  the  spectral  distribution  of  the 
detector  and  multiplier  noise  varies  as  ~|co|-1/3.  The 
source  of  this  noise  was  later  traced  to  a  faulty  preampli- 
fier. With  a  proper  amplifier  used,  the  spectral  distribu- 
tion appears  white  as  other  papers  [5],  [10],  [ll]  indi- 
cate should  be  the  case. 

Ideally,  for  measurements  over  times  large  compared 
to  the  servo  time  constant,  the  error  accumulated  during 
one  measurement  interval  should  be  independent  of 
errors  accumulated  during  nonoverlapping  intervals, 
i.e.,  mathematically  analogous  to  Brownian  Motion 
[12].  This  implies  that  Sy(w)  should  be  constant  for 
I  col  <1  s-1. 


The  Composite  Clock  System 

If  an  oscillator's  frequency  is  measured  by  an  atomic 
standard,  the  error  in  measurement  of  the  frequency  is 
given  by 

«/=  —  [y(U  +  i(T  +  r))  -  y(tA  +  \{T  -  r))\  (59) 

Z7TT 

for  a  calibration  interval  as  given  in  Section  I.  Also,  if 
/,  is  the  defined  output  frequency  of  the  frequency 
standard,  the  total  error  time  for  the  entire  calibration 
interval  T,  due  to  the  Standard,  is  given  by  T8f/fs,  and 
if  the  clocks  contribute  an  additional  error  (uncorrelated 
to  the  standard's  error),  of  5/,  the  total  error  57"  is  given 
by 


Thf 

5T  =  5H  

/. 


(60) 


It  is  of  value  to  explore  the  dependence  of  ((5/)2)  on 
the  ratio  of  T/t.  In  particular,  let  T=  (2w  +  1)t  for  (10). 
This  can  be  put  in  the  form  of  (41)  with  the  following 


n 

an 

bn 

0 

-1 

0 

1 

In  +  1 

n 

2 

-In  -  1 

n  +  1 

3 

1 

In  +  1 

1.6 


18  2.0 
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EXPONENT  7) 

Fig.  6.    Ratio  of  variances,  ((An+1  em)2),/((A"em)2),  as  a  function  of  the  exponent  ij. 
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It  is  easy  to  show  that  these  coefficients  satisfy  (35)- 
(37). 

Substitution  of  these  coefficients  into  (47)  yields 


((5/)2>  =  2hr2{  -2n2(2n  +  1)  In  (») 

+  2(n  +  iy-(2n  +  1)  In  (n  +  1) 
-  (2n  +  l)2ln(2«  +  1)}, 


(61) 


where  A  =  £2/8  In  2. 

Since  t  is  normally  small  compared  to  T,  it  is  reason- 
able to  approximate  (61)  for  large  n.  That  is,  the  relative 
time  error  is  approximately  given  by 


where  the  approximations 


\/2h  In  (n) , 


(62) 


n  »  1,  In  (n  +  1)  «  In  (n)  H  

n 

have  been  used.  It  is  apparent  from  (62)  that  for  a  given 
interval  T,  the  errors  accumulated  by  the  clock  are  not 
critically  dependent  on  the  measuring  time  r,  since 
Vln  («)  is  a  very  slowly  changing  quantity. 

The  mean  square  error  associated  with  the  standard, 
however,  can  be  written  in  the  form 


r2((s/)2) 


((At,)2), 


(63) 


since  (59)  may  be  written  as  the  first  difference  of  yn. 
From  (57)  it  is  apparent  that  the  relative  time  error  is 
then  given  by 

r2<(5/)2)  Br 


T*fs 


(2Trfsy 


(64) 


where  77  =  1  ("white"  noise).  Or,  combining  (59),  (62), 
and  (64), 


V<(«tv> 


(»)  + 


(65) 


As  one  should  expect,  for  a  given  T,  the  errors  get  less 
for  larger  t  but  not  rapidly.  In  the  limit  of  t=T  [not 
using  the  approximate  (65)],  the  errors  are  those  of  the 
standard  alone,  i.e.,  %/BiT/2irfs.  Also,  as  t— >0,  the  clock 
errors  are  unbounded. 


where  8Tn  is  the  time  error  associated  with  the  nth  cali- 
bration interval.  There  have  been  papers  published  [13] 
that  assume  that  the  errors  of  one  calibration  interval 
are  not  correlated  to  the  errors  of  any  other  calibration 
interval.  It  is  now  possible  to  investigate  this  assump- 
tion more  precisely. 

In  particular,  the  clock  errors  (not  including  the  fre- 
quency standard  errors)  8tn  compound  to  give  8(Nt), 
given  by 


S(Nl)  =  £  8tn, 


(67) 


which  can  obviously  be  put  in  the  form  of  (41).  For  N 
equal  to  any  number  larger  than  one,  the  algebra  be- 
comes much  too  lengthy  for  actual  calculation  by  hand 
and  it  is  desirable  to  make  use  of  a  digital  computer. 
Table  III  shows  the  results  of  this  calculation  for  com- 
pounding several  third-difference-type  calibrations.  It 
is  interesting  to  note  that,  in  fact,  the  total  mean  square 
error  after  N  calibrations  is  very  nearly  equal  to  N- 
times  the  mean  square  error  after  one  calibration.  This 
is  in  quite  good  agreement  with  DePrins  [13].  Thus,  the 
rms  relative  eror  may  be  approximated  by  the  relation 


/«s(ivr))°  / 


2h  In  (11)  +  B\T 


N 


(68) 


where  h,  n,  B\,  fs,  and  r  have  the  same  meanings  as  in 
(65). 

TABLE  III 

Theoretical  Determination  of  Time  Error  Propagation 


N 

((Stn*) 

0 

2 

2.054 

3 

3.109 

4 

4. 165 

5 

5.220 

6 

6.276 

7 

7.332 

Compounding  Time  Errors 

Equation  (65)  represents  a  reasonable  approximation 
to  the  time  errors  of  a  clock  system  after  one  calibration 
interval.  The  next  question  is:  how  do  the  errors  of  many 
calibrations  compound  to  give  a  total  error  d(NT)  after 
N  calibrations?  Returning  to  (59),  one  may  write 


8(NT)  =  J]  STn, 


(66) 
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The  conclusions  which  can  now  be  drawn  are  that: 

1)  the  total  rms  time  error  of  this  clock  system  from  an 
"ideal"  atomic  clock  is  unbounded  as  time  increases,  and 

2)  the  relative  rms  error  time  to  total  elapsed  time  (68) 
approaches  zero  about  as  fast  as  N~in.  It  should  be 
mentioned  here  that  systematic  errors  in  the  atomic 
standard  have  not  been  considered.  While  this  is  a  very 
important  problem,  it  has  been  treated  rather  thor- 
oughly elsewhere  [10],  [11],  [14]-[16]. 
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IV.  Measures  of  Frequency  Stability 
General  Restrictions 

It  is  of  value  to  consider  the  problem  of  establishing  a 
stability  measure  in  a  very  general  sense.  Consider  some 
functional  of  the  phase 

X  =  X(*(*))i 

from  which  the  stability  measure  ^  is  obtained  accord- 
ing to  the  relation 


^2  =  Lim  —  I       |  x 

r— »  TJ-t/2' 


■dt, 


provided  this  limit  exists. 

In  practice  it  is  not  possible  to  pass  to  the  limit  T— >  =°  , 
and,  thus,  one  measures  for  some  fixed  time,  T;  i.e., 


1    n  tii 
=  7  J  '* 

1   *>  -T/2 


dt. 


Under  favorable  conditions,  may  be  a  reasonable 
approximation  to  ^.  Unfortunately,  this  may  not  al- 
ways be  the  case. 

The  frequency  emitted  by  any  physically  realizable 
device  must  be  bounded  by  some  upper  bound,  say  B. 
The  following  inequalities  must,  then,  be  valid: 

|  U(t)  |  <  B,    for  some  B  >  0; 

r/2 


\      f  Til 


(Q(t)Ydt  <  B2. 


With  being  the  power  spectral  density  of  fl(/),  it 

follows  from  the  definition  of  power  spectra  that 

Lim  —  I       (U(t))2dt=2  I  dco 
r_„  T  J  _T/2  J  o 

for  real  £2(/),  and  thus 

2  f  5*(w)  rfu  <  £2. 
J  o 


(69) 


If  5^,(co)  has  a  flicker  noise  spectrum  for  small  w,  it 
is  apparent  that  this  l/|co|  type  of  noise  cannot  persist 
to  absolute  zero  frequency  or  the  inequality  (69)  would 
be  violated.  It  is,  thus,  reasonable  to  postulate  the 
existence  of  a  lower  cutoff  frequency  wl  for  the  flicker 
noise  modulation. 

It  is  apparent  from  the  preceding  considerations  that 
stability  measures  may  exist  for  which  tyT  begins  to 
approach  ^  only  after  T  is  several  times  larger  than 
1/coi.  From  some  of  the  experiments  on  crystal  oscil- 
lators [2],  this  may  require  T  to  exceed  several  years  in 
duration.  This  is  quite  inconvenient  from  a  manufactur- 
ing or  experimental  standpoint.  The  logical  conclusion 
is  to  consider  only  those  stability  measures  ^  which  are 
"cutoff  independent,"  that  is,  those  measures  of  stability 
which  would  be  valid  even  in  the  limit  «£— »0+. 
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Finite  Differences 

It  was  shown  in  Section  II  that  an  expression  of  the 
form 


8t  =  —  jt,  an4>(t  +  bnr) 


(70) 


will  have  a  finite  variance  if  the  {an,  bn]  satisfy  condi- 
tions (35)— (37) .  It  is  easy  to  show  that  the  first  difference 
of  the  phase  (i.e.,  frequency)  cannot  be  put  in  the  form 
of  (70)  with  the  coefficients  satisfying  conditions  (35)- 
(37).  Indeed,  the  limit 

Lim  U (t)  =  Lim 
„—h->  ji-»i<-)  4 

does  not  exist,  and,  hence,  U(t)  is  not  a  good  measure 
of  stability. 

The  variances  of  the  second  and  third  finite  differ- 
ences, however,  are  convergent.  It  is  of  interest  to  note 
that  the  first  line  of  Table  III  may  be  expressed  in  the 
form 


<  |  A34>„+3  +  A3<t>n  \  ) 
<(A3<M2> 


=  2.054, 


which  may  be  simplified  to  the  form 

((A^n+3)(AVn)) 


<(A3^)2) 


=  0.027. 


This  equation  expresses  the  fact  that  a  third  difference 
has  a  very  small  correlation  (~3  percent)  to  an  adja- 
cent, nonoverlapping  third  difference.  By  extending 
this  procedure  with  the  other  values  given  in  Table  III, 
it  is  found  that  the  correlation  of  one  third  difference 
with  a  nonoverlapping  third  difference  becomes  small 
very  rapidly  as  the  interval  between  these  differences 
becomes  large.  This  is  sufficient  to  insure  that  the  vari- 
ance of  a  finite  sample  of  third  differences  will  approach 
the  "true"  variance  (infinite  average)  in  a  well-behaved 
and  reasonable  fashion  as  the  sample  gets  larger. 

Variance  of  Frequency  Fluctuations  for  Finite  Averaging 
Times 

Even  though  the  variance  of  the  first  difference  of  the 
phase  does  not  satisfy  the  condition  of  being  cutoff  inde- 
pendent, it  is  possible  (by  specifying  both  the  sample 
time  and  the  total  averaging  time)  to  construct  a  cutoff 
independent  measure  of  the  frequency  fluctuations. 
Instead  of  Sf'r,  the  variance  of  N  adjacent  samples  of  the 
frequency  will  be  denoted  by  <72(t,  N)  where  r  is  the 
sample  time  for  each  of  the  N  measurements  of  fre- 
quency. The  variance  is  given  by  the  conventional 
formula 


cr2(r,  N)  = 


1 


N 


Nt 
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If  one  neglects  the  drift  rate  a,  which  is  essentially 
equivalent  to  obtaining  the  standard  deviation  around 
a  linear  drift,  one  obtains 


(c2(t,  AO)  = 


(N 


e(t  +  r)  -  e(0]2) 


1  ([e(t  +  Nr)  -  e(0]*>}  .  (71) 


N 


For  the  case  of  an  "ideal"  crystal  oscillator,  (19),  (24), 
and  (26)  allow  (71)  to  be  simplified  (after  passing  to  the 
limit  /i— >l(-)  to  the  form 


(«2(r,  AO)  = 


2hN  In  (AO 
N  -  1 


Thus,  as  ^increases,  the  expected  value  of  <t2(t,  N)  in- 
creases without  bound  (at  least  until  A^T~l/o>i).  It  is 
interesting  to  note  that  for  a  given  oscillator,  (ct2(t,  A7)) 
has  a  minimum  value  for  N=2.  Obviously  one  would 
have  to  average  several  experimental  determinations  of 
o-2(t,  2)  in  order  to  have  a  reasonable  approximation  to 
(<r2(r,  2)). 

While  <j(t,  N)  is  a  cutoff  independent  measure  of  fre- 
quency stability,  it  has  the  significant  disadvantage  of 
being  a  function  of  two  variables.  Indeed,  in  order  to 
compare  the  stability  of  two  oscillators,  both  the  t's 
and  the  A^'s  should  have  nearly  corresponding  values. 

Delayed  Frequency  Comparison 

In  radar  work,  often  the  frequency  of  a  signal  is  com- 
pared to  the  frequency  of  the  same  source  after  it  has 
been  delayed  in  traversing  some  distance — often  a  very 
great  distance.  One  might,  thus,  be  interested  in  defin- 
ing a  stability  measure  in  an  analogous  fashion: 


*2(r,  T) 


_/ 
"\ 


>(/  +  T  +  r)  -<t>(t+  T) 


<t>(t  +  t)  -  <*>(/)' 


(72) 


Again  neglecting  the  drift  rate  a  of  the  oscillator,  (24) 
and  (72)  combine  to  yield 

1  r 

*2(r,  T)  =  [2U(t)-U(T-t)+2U(T)-U(T+t)].  (73) 


After  substitution  of  (26)  into  (73)  the  equation  can  be 
rearranged  to  give  (again  passing  to  the  limit,  p.^l(~') 

*2(r,  T)  2h[pi  In  p  -  (1  +  Py  In  (1  +  p) 

-  (p  -  l)2ln  (p  -  1)], 

where  p=  T/t.  Although  this  is  a  rather  complicated  ex- 
pression, it  may  be  simplified  with  the  approximation 
p=r/r»l.  The  result  is 


*2(r,  T) 


=  4//^ 


2  +  In 


T 


T 

for  —  »  1 
r 


(74) 
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for  an  "ideal"  oscillator.  It  is  interesting  to  note  here 
that  even  when  considering  only  l/|co|  type  of  noise, 
one  cannot  pass  to  the  limit  t  =  0  for  this  problem.  In 
the  limit  as  t— >0+,  the  expression 


Lim 

T— o  + 


■<t>(t  +  t)  -  <t>(ty 


4>(t)  =  tt(t) 


and  thus 


Lim  *2(t,  T)  =  <[n(f  +  T)  -  S2(0]2)  ->  « 

T-»0+ 

from  (74),  even  though  r«l/a>L.  The  source  of  this 
difficulty  is  the  high-frequency  divergence  of  the  flicker 
noise  spectrum.  If  the  system  is  limited  at  the  high  fre- 
quency by  co//,  then  one  should  pass  to  the  limit  t— >l/co//. 

Again,  \{/(t,  T)  is  a  function  of  two  variables  with  all 
of  the  associated  annoyances.  It  may,  however,  be  useful 
in  certain  applications. 

Conclusion 

The  assumptions  of  stationarity  and  "ideal"  behavior 
for  a  quartz  crystal  oscillator  lead  to  a  statistical  model 
which  agrees  well  with  many  different  experiments. 
One  finds,  however,  that  certain  quantities  are  un- 
bounded as  averaging  times  are  extended  and  it  is  im- 
portant to  consider  only  those  quantities  which  have 
reasonable  hope  of  converging  toward  a  good  value  in 
reasonable  time.  Thus,  the  concepts  of  cutoff  dependent 
and  cutoff  independent  measures  of  frequency  stability 
form  a  natural  classification  for  all  possible  frequency 
stability  measures. 

On  the  basis  of  "ideal"  behavior,  it  has  been  shown 
that  the  errors  of  a  clock,  run  from  a  quartz  crystal 
oscillator  and  periodically  referenced  to  an  atomic  fre- 
quency standard,  accumulate  error  at  a  probable  rate 
proportional  to  the  square  root  of  the  number  of  calibra- 
tions. That  is,  the  errors  of  one  calibration  interval  are 
essentially  uncorrelated  to  errors  of  nonoverlapping  in- 
tervals in  spite  of  the  fact  that  "ideal"  behavior  is  highly 
correlated  for  long  periods  of  time. 

It  has  also  been  shown  that  the  method  of  finite  dif- 
ferences can  be  a  useful  method  of  determining  spectral 
distributions  of  noise,  as  well  as  being  a  possible  measure 
of  frequency  stability.  By  using  higher  order  finite  dif- 
ferences, phase  fluctuations  with  even  a  higher  order 
pole  at  zero-modulation  frequency  can  similarly  be 
treated.  The  need  for  higher  than  second  or  third  differ- 
ences, however,  has  not  yet  been  demonstrated. 

It  should  be  noted  that  the  existence  of  higher-fre- 
quency modulation  noise  of  different  origin  also  has 
significant  affect  on  stability  measures.  In  general,  the 
factors  which  limit  the  system  to  a  finite  bandpass  are 
sufficient  to  insure  convergence  of  the  stability  measures 
as  to— >oo.  If  it  is  primarily  the  measuring  system  which 
limits  the  system  bandpass,  however,  the  results  may  be 
significantly  altered  by  the  measuring  system  itself. 
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Appendix 

Ratio  of  Variances 

Let  e(<)  be  a  real  generalized  function  such  that  (e(0) 
=  0  and  define  the  discrete  variable  em  by  the  relation 


em  =  e(t  +  mr). 


(75) 


Also,  let  the  auto-covariance  function  of  e(t)  be,  as  be- 
fore, independent  of  a  simple  time  transition.  One  may 
now  write  (see  Table  I) 

((Aemy)  =  2[((f„)2)  -  (UO  +  r)e(t)])]  (76) 


and  assume  that 


<(Aem)2>  =  hr\ 


(77) 


where  k\  is  a  constant  for  a  given  tj.  It  is  also  possible  to 
obtain  the  variance  of  the  second  difference: 

<(A2em)2)  =  6<(tm)2)  -  8<[e(/  +  r)  •«(/)]> 

+  <[e(*  +  2r)e(t))).  (78) 

Using  (77)  and  (78),  one  may  obtain 

((A2em)2)      4£ir"  -  ki(2r)i 


<(Aem)2> 


■  =  4-(2K 


(79) 


Since  (79)  must  be  non-negative  (e  is  real),  the  ex- 
ponent is  restricted  to  the  range  t?<2. 

Similarly,  one  may  obtain  the  variance  of  the  third 
difference 

<(A3em)2)  =  l5klT*  -  6k1(2r)'>  +  £i(3r)\  (80) 
and  hence  the  ratio 

<(A3em)2>      iS  —  6-(2)'  +  3" 


<(A2em)2>  4  -  (2)- 

Similarly, 

<(AV>2>      56  -  28- (2)'  +  8- (3)' -  (4)' 


<(A36m)2> 


15  -  6- (2)"  +  (3)" 


(81) 


(82) 


Equations  (79),  (81),  and  (82)  are  plotted  in  Fig.  6  as  a 
function  of  the  exponent  tj. 

For  77  =  4/3,  as  in  Fig.  6,  the  theoretical  ratios, 

((A"+'6m)2) 

<(A"em)27 


for  n  =  \  and  2  are  1.48  and  2.84,  respectively.  The 
straight  lines  drawn  in  Fig.  5  were  made  to  have  these 
ratios  and  slope  2/3  (the  square  root  of  the  variances). 
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Statistics  of  Atomic  Frequency  Standards 


DAVID  W.  ALLAN 


Abstract — A  theoretical  development  is  presented  which  results 
in  a  relationship  between  the  expectation  value  of  the  standard 
deviation  of  the  frequency  fluctuations  for  any  finite  number  of  data 
samples  and  the  infinite  time  average  value  of  the  standard  deviation, 
which  provides  an  invariant  measure  of  an  important  quality  factor 
of  a  frequency  standard.  A  practical  and  straightforward  method  of 
determining  the  power  spectral  density  of  the  frequency  fluctuations 
from  the  variance  of  the  frequency  fluctuations,  the  sampling  time, 
the  number  of  samples  taken,  and  the  dependence  on  system  band- 
width is  also  developed.  Additional  insight  is  also  given  into  some 
of  the  problems  that  arise  from  the  presence  of  "flicker  noise" 
(spectrum  proportional  to  |  w  |  ~l)  modulation  of  the  frequency  of  an 
oscillator. 

The  theory  is  applied  in  classifying  the  types  of  noise  on  the  signals 
of  frequency  standards  made  available  at  NBS,  Boulder  Laboratories, 
such  as:  masers  (both  H  and  N15H3),  the  cesium  beam  frequency 
standard  employed  as  the  U.  S.  Frequency  Standard,  and  rubidium 
gas  cells. 

"Flicker  noise"  frequency  modulation  was  not  observed  on  the 
signals  of  masers  for  sampling  times  ranging  from  0.1  second  to 
4  hours.  In  a  comparison  between  the  NBS  hydrogen  maser  and 
the  NBS  III  cesium  beam,  uncorrelated  random  noise  was  observed 
on  the  frequency  fluctuations  for  sampling  times  extending  to  4 
hours;  the  fractional  standard  deviations  of  the  frequency  fluctua- 
tions were  as  low  as  5  parts  in  10". 

I.  Introduction 

AS  ATOMIC  TIMEKEEPING  has  come  of  age,  it 
f—\  lias  become  increasingly  important  to  identify 
quality  in  an  atomic  frequency  standard.  Some 
of  the  most  important  quality  factors  are  directly  re- 
lated to  the  inherent  noise  of  a  quantum  device  and  its 
associated  electronics.  For  example,  a  proper  measure- 
ment and  statistical  classification  [l]  of  this  inherent 
noise  makes  it  possible  to  determine  the  probable  rate  of 
time  divergence  of  two  independent  atomic  time  sys- 
tems, as  well  as  giving  insight  concerning  the  precision 
and  accuracy  obtainable  from  an  atomic  frequency 
standard. 

In  the  realm  of  precise  frequency  measurements,  the 
properties  of  noise  again  play  an  important  role.  The 
relative  precision  obtainable  with  atomic  frequency 
standards  is  unsurpassed  in  any  field,  and  the  precision 
limitations  in  this  field  are  largely  due  to  inherent  noise 
in  the  atomic  device  and  the  associated  electronic  equip- 
ment. The  standard  deviation  of  the  frequency  fluctua- 
tions can  be  shown  to  be  directly  dependent  on  the  type 
of  noise  in  the  system,  the  number  of  samples  taken,  and 
the  dead-time  between  samples. 

A  very  common  and  convenient  way  of  making 
measurements  of  the  noise  components  on  a  signal  from 
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a  frequency  standard  is  to  compare  two  such  standards 
by  measuring  the  period  of  the  beat  frequency  between 
the  two  standards.  It  is  again  the  intent  of  the  author  to 
show  a  practical  and  easy  way  of  classifying  the  statis- 
tics, i.e.,  of  determining  the  power  spectral  density  of 
the  frequency  fluctuations  using  this  type  of  measuring 
system. 

An  analysis  has  already  been  made  of  the  noise  pres- 
ent in  passive  atomic  frequency  standards  [l],  such  as 
cesium  beams,  but  a  classification  of  the  types  of  noise 
exhibited  by  the  maser  type  of  quantum-mechanical 
oscillator  has  not  been  made  in  the  long  term  area,  i.e., 
for  low  frequency  fluctuations.  Though  this  paper  is  far 
from  exhaustive,  the  intent  is  to  give  additional  in- 
formation on  the  noise  characteristics  of  masers.  Be- 
cause a  maser's  output  frequency  is  more  critically 
parameter  dependent  than  a  passive  atomic  device,  it 
has  been  suggested  [2]  that  the  output  frequency  might 
appear  to  be  "flicker  noise"  modulated,  where  "flicker 
noise"  is  defined  as  a  type  of  power  spectral  density 
which  is  inversely  proportional  to  the  spectral  frequency 
w/27T.  It  has  been  shown  that  if  "flicker  noise"  frequency 
modulation  is  present  on  a  signal  from  a  standard,  some 
significant  problems  arise,  such  as  the  logarithmic  di- 
vergence of  the  standard  deviation  of  the  frequency 
fluctuations  as  the  number  of  samples  taken  increases, 
and  also  the  inability  to  define  precisely  the  time  aver- 
age frequency.  It  thus  becomes  of  special  interest  to 
determine  whether  "flicker  noise"  is  or  is  not  present  on 
the  signal  from  a  maser  so  that  one  might  better  evalu- 
ate its  quality  as  a  frequency  standard. 

Throughout  the  paper,  the  paramount  mathematical 
concern  is  the  functional  form  of  the  equations  with  the 
hope  of  maintaining  simplicity  and  of  providing  better 
understanding  of  the  material  to  be  covered. 

II.  Methods  Employed  to  Measure  Noise 
A.  Power  Spectrum  and  Variance  Relationship 

The  average  angular  frequency  QT(t)  of  an  oscillator 
(to  distinguish  it  from  spectral  frequency  co)  over  a  time 
interval  r  can  be  written 

0,(0  =  —  [*(/  +  r)  -  <K0L  (i) 

T 

where  <f>  is  the  phase  angle  in  radians.  Now  the  variance 
of  the  frequency  deviations  is  the  square  of  the  standard 
deviation  a.  Define  the  time  average  of  a  function  as 

(f(t))  =  lim  1  fT'2f(t)dt.  (2) 
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One  may,  therefore,  write  the  square  of  the  standard 
deviation  as  follows: 


a2  =  <aT(/)2>  -  <fir(/)>2. 


(3) 


One  may  assume  with  no  loss  of  generality  that  the 
second  term  in  (3)  can  be  set  equal  to  zero  by  a  proper 
translation,  since  it  is  the  square  of  the  time  average 
frequency.  Therefore,  flr(<)  is  now  the  frequency  devia- 
tion from  the  average  value,  and  <f>(t)  the  integrally 
related  phase  deviation. 

Substituting  (1)  into  (3)  gives 

°2  =  ^7  [<*(<  +  r)2>  -  2M  +  r)  •*(/)>  +  <0*(/)>].  (4) 

T 

The  time  average  of  <£(/+t)  •</>(/)  is  the  autocovariance 
function  of  the  phase — denoted  R^t).  One  is  justified 
in  assuming  that  a  time  translation  has  no  effect  on  the 
autocovariance  function  [l],  therefore  [4], 


o-2  =  —  [R,(0)  -  R,(r)}. 


(5) 


It  is  now  possible  to  relate  the  variance  of  the  squared 
frequency  deviations  to  the  power  spectral  density  by 
use  of  the  Wiener-Khinchin  Theorem,  which  states  that 
the  autocovariance  function  of  the  phase  is  equal  to  the 
Fourier  transform  (F.T.)  of  the  power  spectral  density 
of  the  phase  5^ (to).  The  power  spectral  density  of  the 
frequency  is  related  to  this  by  the  useful  equation 

5^  (to)  =  to25^,(to). 

Most  of  the  discussion  that  follows  is  based  on  the 
restriction 

S*(u)  =  k  |  to  |".  (6) 

That  a  singular  type  of  power  spectrum  predominates 
over  a  reasonable  range  of  to  has  been  verified  experi- 
mentally. The  region  of  interest  for  a  is  —  3<a<  —1, 
and  a  =  0.  This  covers  white  noise  phase  modulation 
(S^(o})=h),  "flicker  noise"  frequency  modulation 
(5^ (to)  =  h  | to  |_1).  and  includes,  of  course,  white  noise 
frequency  modulation  (5«'(to)=A).  Fortunately,  the 
Fourier  transforms  of  functions  of  the  above  form  [3] 
have  been  tabulated,  and  the  following  transforms  can 
be  established : 


F.T. 
F.T.  | 
F.T.  I 


>  |a  =  a' (a)  ■  I  7 
I"0  =  «« 
h2=  a'(-2)- 


for  a  7*  0  or  not  an  integer 


(7) 


where  a'  is  an  a  dependent  coefficient.  A  useful  substitu- 
tion is  the  following  [l  ] : 

U(r)  =  2[R*(Q)  -  R,(t)\.  (8) 

Because  of  finite  system  bandwidths,  toB,  a  better  rep- 
resentation of  U(t)  is  obtained  by  replacing  i?*(0)  with 
i?*(l/wB)  (see  Appendix).  If  the  sample  time  r  is  large 
compared  to  the  reciprocal  system  bandwidth  1/tog, 
then  R$(\/wB)  is  negligible  compared  to  R^(t)  in  the 
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region  where  —  2  <fi<0(  —  1  >a>  —  3).  R^(l/o3B)  be- 
comes the  larger  term,  however,  in  the  region  of 
—  1  <a<0,  and  if  one  assumes  (tOBr)a+1»l,  then  i?«(r) 
is  neglectable  (see  Appendix).  The  following  equations 
for  U(t)  may,  therefore,  be  written: 


U(r)  = 


I  <*(«) 
a(a) |  c 


-3  <  a  <  -  1 
- 1  <  a  <  0. 


(9) 


The  standard  deviation  squared  may,  therefore,  be 
written : 

(a(ji)-  |  t|";  -3  <  a  <  -  1 

Ufa) 


tOB 


1  <  a  <  0 


(10) 


where  /x=  —a  — 3. 

A(n)  has  a  small  dependence  on  uB,  implicit  within  the 
previous  assumptions.  Considering  the  results  of  (10), 
the  Appendix,  and  that  to  be  discussed  in  Section  II-D 
on  "flicker  noise"  modulation  (a=—  1,  —3),  an  in- 
formative graph  of  fi  into  a  may  be  established  as  il- 
lustrated below. 


WHITE  NOISE  PHASE  MODULATION 

"  FLICKER  NOISE"  PHASE  MODULATION 

WHITE  NOISE  FREQUENCY  MODULATION 
(RANDOM  WALK  PHASE) 

"FLICKER  NOISE"  FREQUENCY  MODULATION 


Using  (6)  and  (10)  along  with  the  above  graph,  one 
may,  therefore,  deduce  the  power  spectral  density  from 
the  dependence  of  the  standard  deviation  of  the  fre- 
quency fluctuations  on  the  sampling  time,  with  restric- 
tions on  the  experimental  parameters  as  will  be  shown 
in  the  following. 

B.  Adjacent  Sampling  of  Data 

In  actual  practice,  of  course,  the  number  of  frequency 
or  phase  samples  must  be  finite.  The  case  to  be  consid- 
ered now  is  one  for  which  the  phase  or  the  frequency  is 
monitored  on  a  continuous  basis.  Two  of  the  techniques 
used  by  the  author  to  accomplish  this  were  as  follows: 
A  device,  described  elsewhere  [l],  was  used  to  monitor 
the  phase  of  the  beat  frequency  between  two  oscillators 
at  prescribed  time  intervals;  the  second  technique  was 
to  measure  the  period  of  the  beat  frequency  between  two 
oscillators  with  two  counters  so  that  the  dead-time  of 
one  counter  corresponded  to  the  counting  time  of  the 
other. 

A  very  powerful  and  meaningful  method  of  analysis 
of  data  taken  by  a  phase  monitoring  technique  has  been 
developed  by  J.  A.  Barnes  [l  ]  at  the  National  Bureau  of 
Standards,  Boulder,  Colo.  The  method  employs  the  use 
of  finite  differences  and  is  especialy  useful  in  analyzing 
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"flicker  noise"  and  long-term  frequency  fluctuations  in 
general.  On  the  other  hand,  if  one  uses  the  period  count- 
ing technique  for  data  acquisition,  the  following  form 
of  analysis  is  useful.  It  also  may  be  cast  in  a  form  where 
one  may  use  the  finite  difference  technique. 

Data  are  often  obtained  with  one  counter  measuring 
the  frequency  or  the  period  of  the  beat  note  between  two 
oscillators  with  a  dead-time  between  counts.1  The  con- 
cern of  Section  II  is  with  the  dead-time  being  zero,  but 
it  is  convenient  to  develop  the  general  case  for  which 
the  dead-time  is  nonzero  for  use  in  Section  III,  and 
specialize  this  to  the  continuous  sampling  case  for  which 
the  dead-time  is  zero,  which  is  the  case  of  interest  in 
this  section. 

Let  T  be  the  period  of  sampling,  t  the  sample  time, 
and  N  the  number  of  samples.  The  standard  deviation, 
<r(N,  T,  r),  of  the  frequency  fluctuations2  may,  therefore, 
be  written  as: 


<j\N,  T,  r) 


n  -  l  \£Z 


<t>(nT  +  t)  -  4>{nT)' 


1  r  ^  <t>(nT  +  r)  -  <t>(nTY 


]'}• 


(11) 


Taking  the  expectation  value  of  <r2(iV,  T,  r)  and  making 
the  substitution  given  in  (8)  yields 


(o>(N,  T,  t))  =  —  JU(t)  + 


1 


N(N  -  1) 

N—l  \ 

£  (N-n)[2U(nT)-U(nT+T)-U(nT-T)]\  .  (12) 

n=0  / 

If  the  dead-time  were  zero,  then  T  =  t,  and  (12)  becomes 
[1] 


1 


(N  -  l)r2  _ 


V U(r)  --U(Nr)].  (13) 


Remembering  that  /x  =  —a  — 3  and  substituting  (9)  into 
(13)  gives 


{a\N,r)) 


a(ji)N  t  \" 


N 


1 


[1  -  N"];      -2  <  M  <  0  (14) 


which  establishes  the  interesting  result  of  the  depen- 
dence of  the  expectation  value  of  the  standard  devia- 
tion of  the  frequency  fluctuations  on  the  number  of 
samples,  the  sample  time,  and  the  power  spectral  den- 
sity. It  will  be  noted  that 


((r2(co,  T)>  =  a(M)  |  r  |"; 
in  agreement  with  (10). 


-2  <  a  <  0 


(15) 


1  See  L.  S.  Cutler  and  C.  L.  Searle,  "Some  aspects  of  the  theory 
and  measurement  of  frequency  fluctuations  in  frequency  standards," 
this  issue,  page  136.  This  paper  shows  that  the  fluctuations  At  in 
the  period  t  are  a  good  approximation  to  the  frequency  fluctuations 
if  At»t. 

2  Note  that  this  <r(  N,  T,  t)  is  not  the  same  as  the  a  in  (3)-(5),  and 
(10).  <r(N,  T,  t)  is  over  a  finite  number  of  data  samples  N  and,  to 
avoid  confusion,  the  variable  N  will  always  be  used  with  a  in  the 
finite  sampling  case  as  in  (11). 
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By  keeping  N  constant  and  assuming  n  to  be  constant 
over  several  different  values  of  t,  it  may  be  seen  that  the 
value  of  n  is  the  slope  on  a  log-log  plot  of  (<r2(N,  r))  vs. 
r.  This  provides  a  means  of  determining  the  power 
spectral  density  simply  by  varying  the  sample  time  over 
the  region  of  interest  [4]. 

It  is  informative  to  look  at  the  family  of  curves  ob- 
tained from  a  plot  of  the  dependence  of  (<r2(iV,  r))  as  a 
function  of  N  for  various  pertinent  values  of  n  to  see  how 
it  approaches  (<r2(  <x> ,  t)  ).  The  family  of  curves  is  shown  in 
Fig.  1.  One  may  notice  that  the  convergence  is  much 
faster  in  the  region  between  white  noise  frequency 
modulation  and  white  noise  phase  modulation  than 
between  white  noise  frequency  modulation  and  "flicker 
noise"  frequency  modulation.3  In  fact,  as  y.— »0,  the 
ratio  approaches  zero,  and  one  would  conjecture  that  the 

lim  {a\N,  r)> 

is  infinite  in  the  presence  of  "flicker  noise"  frequency 
modulation — a  result  proven  by  J.  A.  Barnes  et  al.  [l  J. 


I  THE    NuMBEW    of  SAMPLES! 


Fig.  1.  A  plot  showing  the  dependence  of  the  standard  deviation  of 
the  frequency  fluctuation  on  the  number  of  samples  and  the  type 
of  noise  present. 


The  data  points  plotted  in  Fig.  1  were  extracted  from 
a  cesium  beam-cesium  beam  comparison  analyzed  else- 
where [l],  and  exhibit  in  this  new  formulation  a  type  of 
frequency  modulation  proportional  to  [to  |-1'3,  giving 
confirmation  to  this  strange  type  of  power  spectral 
density. 

It  is  possible  to  utilize  the  dependence  of  the  standard 
deviation  on  the  number  of  samples  to  determine  a 
value  of  n  by  considering  a  function  which  takes  into 
account  the  extreme  values  of  N  obtainable  from  a 
finite  set  of  data,  namely,4 


3  To  see  that  ^  =  0  corresponds  to  "flicker  noise"  see  Section  II-D. 

4  It  will  be  noted  that  the  t  dependence  cancels  in  the  expression 
for  x  and  hence  it  is  N  and  m  dependent  only.  In  the  table  and 
graphs,  the  t  dependence  is  not  shown  and  is,  therefore,  suppressed 
since  the  n  dependence  is  the  thing  emphasized. 
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X(N,  m)  = 


W,  t)) 
{c\2,  T)> 


(16) 


Tabulated  values  of  this  function  are  given  in  Table  I, 
and  a  plot  of  x(-^>  m)  as  a  function  of  /z  for  various  values 
of  N  is  given  in  Fig.  2.  It  may  be  noted  that  the  function 
is  most  sensitive  in  the  region  between  "nicker  noise" 
frequency  modulation  n  =  0  and  white  noise  frequency 
modulation  ii  =  —  1 — one  of  basic  interest.  In  practice, 
the  table  and  graph  have  proven  very  useful.  x(°°.  m) 
is  plotted  for  comparison  and  computational  purposes. 
Note  that  x( 00  ,  0)  =  oo .  In  the  development  thus  far, 

TABLE  I 

The  Dependence  of  (<r(iV,  t))  on  the  Number  of  Samples 
for  a  Fixed  Sample  Time  t,  thus  Determining  the  Value 
of  n  and  the  statistics.  the  values  listed  are  of 


(*HN,  t)) 
<*2(2,  r)> 


N  (Number  of  Samples) 


4 

16 

64 

256 

1024 

OO 

0.0 

1 

337 

2 

133 

3 

048 

4 

016 

5 

004 

OO 

-0.1 

1 

288 

1 

928 

2 

580 

3 

190 

3 

736 

7 

464 

-0.2 

1 

247 

1 

753 

2 

215 

2 

598 

2 

899 

3 

855 

-0.3 

1 

208 

1 

604 

1 

928 

2 

167 

2 

332 

2 

660 

-0.4 

1 

171 

1 

475 

1 

700 

1 

847 

1 

937 

2 

062 

-0.5 

1 

138 

1 

365 

1 

517 

1 

606 

1 

655 

1 

705 

-0.6 

1 

106 

1 

270 

1 

369 

1 

422 

1 

447 

1 

467 

-0.7 

1 

077 

1 

188 

1 

249 

1 

278 

1 

291 

1 

299 

-0.8 

1 

049 

1 

116 

1 

150 

1 

165 

1 

171 

1 

174 

-0.9 

1 

023 

1 

054 

1 

068 

1 

074 

1 

076 

1 

076 

-1.0 

1 

000 

1 

000 

1 

000 

1 

000 

1 

000 

1 

000 

-1.1 

0 

977 

0 

952 

0 

942 

0 

938 

0 

937 

0 

937 

-1.2 

0 

956 

0 

910 

0 

893 

0 

887 

0 

886 

0 

886 

-1.3 

0 

937 

0 

873 

0 

851 

0 

844 

0 

842 

0 

842 

-1.4 

0 

919 

0 

841 

0 

.815 

0 

807 

0 

805 

0 

804 

-1.5 

0 

902 

0 

812 

0 

.784 

0 

776 

0 

774 

0 

773 

-1.6 

0 

886 

0 

786 

0 

.756 

0 

748 

0 

746 

0 

745 

-1.7 

0 

871 

0 

763 

0 

.733 

0 

725 

0 

723 

0 

722 

-1.8 

0 

858 

0 

743 

0 

.712 

0 

704 

0 

702 

0 

701 

-1.9 

0 

845 

0 

724 

0 

.693 

0 

685 

0 

683 

0 

682 

-2.0 

0 

833 

0 

708 

0 

.677 

0 

669 

0 

667 

0 

667 

Fig.  2.  A  plot  enabling  one  to  experimentally  extract  the  statistics 
of  an  oscillator  by  knowing  the  standard  deviation  for  N  samples 
and  for  two  samples  using  S<i,(ai)  =  h\o>\~,'~1  except  at  u  =  —2. 


no  consideration  has  been  given  to  the  experimental 
fact  that  there  must  exist  a  lower  cutoff  frequency  that 
keeps  the  functions  considered  from  going  to  infinity, 
corresponding  to  certain  types  of  noise,  such  as  "flicker 
noise."  The  value  of  the  cutoff  frequency  is  not  im- 
portant other  than  to  say  that  the  functions  considered 
are  valid  for  times  up  to  the  order  of  l/(w  cutoff).  This 
time  is  apparently  more  than  a  year  for  quartz  crystal 
oscillators  [5].  If  "nicker  noise"  is  present  in  some 
atomic  frequency  standards,  the  value  of  l/(w  cutoff)  is 
probably  less  than  for  quartz  crystal  oscillators  for  rea- 
sons discussed  later,  and  if  "flicker  noise"  is  not  present, 
infinities  do  not  occur  in  the  functions  considered  for 
most  other  types  of  pertinent  noise  and  hence  there  is 
no  concern. 

C.  Non- Adjacent  Sampling  of  Data 

The  next  consideration  is  to  determine  the  effect  of 
counter  dead-time  on  one's  ability  to  deduce  the  statis- 
tics of  an  oscillator  using  the  techniques  developed  in 
Section  II-B.  This  form  of  data  acquisition  is  one  of  the 
most  common,  and  hence  merits  attention. 

It  was  shown  earlier  that  (12)  is  applicable  to  the 
present  case,  and  if  (9)  is  substituted  into  (12),  with  the 
assignment  that  r  =  T/r  (the  ratio  of  the  period  of 
sampling  to  the  sample  time),  then 


(<r>(N,  T,  r)> 
=  aGu)  |  r  |" 


^  (N  -  n)(nr)»+2 
1  +  E 


„_1      N(N  -  1) 


l  v+2 

1  +  -) 

nr/ 


-2  <  M  <  0.  (17) 


An  important  result  from  (17)  is  that  if  N  and  r  are  held 
constant,  it  is  still  possible  to  determine  the  value  of  it 
by  varying  r.  Therefore,  the  relationship  between  the 
power  spectral  density  and  the  standard  deviation  has 
the  same  form  as  for  the  continuous  sampling  case. 
Additional  insight  may  be  obtained  by  considering 
some  special  cases.  If  /z—  —  1,  (5^(co)  =  h)  [6],  the  series 
in  (17)  goes  to  zero  for  all  possible  values  of  r  and  hence 

a{-l) 


for  white  noise  frequency  modulation;  this  is  the  same 
result  obtained  in  the  continuous  data  sampling  case. 
One  notices  that  (18)  is  independent  of  N  as  would  be 
espected  since  the  frequency  fluctuations  are  uncor- 
rected. 

If  it=  —2,  the  series  in  (17)  again  goes  to  zero  for  all 
values  of  r  >  1.  The  value  of  a  is  degenerate  except  that 
one  may  say  —Ka.  In  this  domain,  the  frequency 
fluctuations  appear  to  be  uncorrelated  as  long  as  the 
measurement  dead-time  is  nonzero.  Using  the  proper 
form  of  U(t)  from  (9)  and  substituting  into  (13)  for  the 
case  where  r  =  1  (zero  dead-time),  gives: 

(cr2(N,  t)>  =  [a(a)  |  uB  \«+1(N  +  \)/Nr2]  ■ 
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One,  therefore,  has  the  unusual  result  that 

N  +  8(r  -  1)  a(a)  |  cob  \a+1 


(<r*(N,  T,r))  = 


N 


(19) 


where 


a,    r  =  1 

8(r  -  i)  =  <  for  -1  <  a  and  (osBT)a+1  »  1. 

(0,    r  *  1, 

A  slight  N  dependence  then  appears  only  in  the  con- 
tinuous sampling  case.  Experimentally,  one  can  show 
that  the  Kronecker  5-function  is  replaced  by  R^{r  —  1) 
/i?<*,(0)  because  of  the  finite  bandwidths  involved. 

It  will  be  recalled  that  the  curves  in  Figs.  1  and  2  are 
for  r  =  l  (the  dead-time  equal  zero).  The  results  of  (19) 
show  a  character' change  in  the  curves  for  r>\  and 
—  2  < n  <  —  1 ,  for  now  the  curve  for  11=  —  2  is  coincident 
with  the  curve  for  y.= —\  in  Fig.  1  and  x(^>  —  2) 
=  x(-Wi  —  1)  =  1.0  in  Fig.  2.  No  profound  character 
change  occurs  for  —1  <n<0. 

It  is  possible  to  show  that  the  series  in  (17)  approaches 
zero  as  N  approaches  infinity  for  all  values  of  r  >  1  and 
H<0,  hence  (<r2(N,  T,t))  has  the  same  asymptotic  value 
as  for  the  continuous  sampling  technique,  independent 
of  the  counter  dead-time. 

If  a  binomial  expansion  is  made  of  the  second  two 
terms  in  the  series  expression  of  (17),  and  fourth-order 
terms  and  higher  in  \/nr  are  neglected,  the  following 
simplification  occurs: 


{*KN,  T,  t) 
=  a(p)  It  I* 


■       0,  +  2)(m+1)      »  ■ 
N(N  -  1)  Bfi 


(20) 


On  the  first  observation  of  (20),  one  may  notice  that 
as  r  becomes  large,  the  standard  deviation  approaches 
its  asymptotic  value.  This  occurs  when  one  is  taking 
samples  much  shorter  than  the  capable  reset  time  of  the 
counter.  The  dependence  on  N  is,  therefore,  reduced  as 
r",  In  fact,  it  has  been  determined  by  a  computer 
analysis  of  (17)  that  the  net  effect  of  increasing  the  dead- 
time  is  to  collapse  the  curves  in  Figs.  1  and  2  towards  the 
unit  axis. 

D.  The  "Flicker  Noise"  Problem 

The  existence  of  "flicker  noise"  frequency  modulation 
on  the  signal  of  quartz  crystal  oxcillators  has  caused 
difficulty  in  handling  such  quantities  as  the  auto- 
covariance  function  of  the  phase  and  the  standard  devia- 
tion of  the  frequency  fluctuations.  As  mentioned  previ- 
ously, the  development  by  J.  A.  Barnes  [l]  makes  it 
possible  to  classify  "flicker  noise"  frequency  modula- 
tion without  any  divergence  difficulties  or  dependence 
on  the  value  of  the  low-frequency  cutoff. 

Some  of  the  other  difficulties  associated  with  the 
presence  of  "flicker  noise"  frequency  modulation,  as 
Barnes  has  shown,  are  illustrated  in  the  following 
equations: 
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<cr2(iV,  t)>  = 


2hN  In  N 
N  -  1 


and 


/ 


lim  +  v 

T- <0  \ 


<t>(t  +  t)  -  0(0 


J/ 


=  <«(/))• 


(21) 


(22) 


The  fact  that  the  standard  deviation  diverges  with  N,  as 
shown  in  (21),  is  an  annoyance,  aside  from  the  fact  that 
it  becomes  more  difficult  to  write  specifications  on  the 
frequency  fluctuations  of  an  oscillator.  The  limit  ex- 
pressed in  (22)  does  not  exist  or  is  dependent  on  the  low- 
frequency  cutoff;  this,  of  course,  affords  difficulty  in 
defining  a  frequency,  and  would  be  an  unfortunate 
property  to  be  present  in  a  frequency  standard.  As  has 
been  stated  previously  for  all  values  of  n  considered  thus 
far,  — 2</i<0,  the  limit  as  N  approaches  infinity  of 
(cr2(N,  t))  exists;  and  as  the  sampling  time  increases, 
(a2(N,  t))  converges  toward  zero  or  perfect  precision. 

Data  have  been  analyzed  that  indicate  the  presence  of 
"flicker  noise"  frequency  modulation  on  the  signals 
from  rubidium  gas  cell  frequency  standards.  It  is  of  con- 
cern to  determine  if  this  type  of  noise  is  present  on  the 
signals  of  other  atomic  frequency  standards,  and  specifi- 
cally masers.  It  is  not  the  intent  to  determine  the  source 
or  sources  of  "flicker  noise,"  as  this  is  a  ponderous  prob- 
lem in  and  of  itself,  but  perhaps  only  infer  where  such 
noise  might  arise. 

Consider,  now,  ways  to  establish  the  presence  of 
"flicker  noise."  If  the  data  were  on  a  continuous  basis, 
the  method  of  finite  differences  [l]  developed  by  Barnes 
would  be  very  useful.  One  may  also  notice  from  (21) 
that  if  N  is  held  constant,  the  value  of  n  is  zero  for  values 
of  r  in  the  "flicker  noise"  frequency  modulation  region. 
If  data  were  taken  by  the  common  technique  of  non- 
adjacent  samples,  the  following  considerations  are  of 
value. 

For  "flicker  noise"  frequency  modulation,  U(t)  takes 
on  a  different  form  as  a  result  of  the  divergence  of  the 
autocovariance  function  of  the  phase  [l], 


k  t  "+2 

U(t)  =  lim  —  

M^o-  4  -  2"+2 


(23) 


The  constant  k  is  dependent  on  the  quality  of  the  oscil- 
lator. If  (23)  is  substituted  into  (12),  letting  yii-K)  (yu  =  0 
corresponds  to  "flicker  noise"),  an  indeterminate  form 
results  for  (<r2(iV,  T,  t».  Applying  L'Hospital's  Rule, 
and  then  passing  to  the  limit,  gives  the  following  equa- 
tion : 


kr"-  N~1 
(o*(N,  T,r))=  —   D  (N  -  n) 


+ 


N(N  -  1)  Zi 
(n  -         In  (n 


n  -  ln(wr-l) 


-2w2ln  («r) 

.  (24) 


Hence,  for  a  fixed  ratio  r  =  T/r,  and  a  determined  num- 
ber of  samples  N,  the  standard  deviation  is  constant, 
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independent  of  t.  So  for  both  adjacent  and  nonadjacent 
data  sampling,  the  value  of  n  is  zero.  One  may,  therefore, 
determine  if  "flicker  noise"  frequency  modulation  is 
present  on  a  signal  sampled  in  a  nonadjacent  fashion, 
subject  to  the  above  constraints. 

A  consideration  of  interest  at  this  point  is  "flicker 
noise"  phase  modulation  (S^,(u)  =  h  \u  One  can  show 
from  the  work  of  J.  A.  Barnes5  that  the  value  of  the 
function  U(j)  for  a  —  —  1  is 


U(t)  =  4//(2  +  In  tub), 
tub  »  1 , 


(25) 


where  us  is  the  system  bandwidth.  Substituting  (25) 
into  (13)  yields  the  following: 


{'l(N,  t)>  = 


(N  +  1)4/? 


Nt2 


2  +  In  tub 


In  A"  " 
N2  -  1_ 


1,  TC0B»1. 


(26) 


One  thus  obtains  the  somewhat  unfortunate  result  that 
experimentally  it  would  be  unlikely  that  one  could 
distinguish  between  "flicker  noise"  phase  modulation 
and  any  other  noise  with  —  l<a  up  to  and  including 
white  noise  frequency  modulation  using  the  depen- 
dence of  (<r2(N,  T,  t))  on  r,  since  —  2  in  this  range. 
However,  one  might  be  able  to  infer  from  the  experi- 
mental setup  which  of  the  two  types  of  noise  was  being 
observed.  If  this  were  not  possible,  one  would  be  forced 
to  determine  the  type  of  noise  present  by  some  other 
technique,  such  as  the  one  employed  by  Vessot  in  which 
he  varies  cob.6 

If  the  number  of  samples  N,  and  the  ratio  of  the 
period  of  sampling  to  the  sample  time  r,  are  held  con- 
stant, the  following  general  equation  can  be  written  for 
both  adjacent  and  nonadjacent  sampling  of  data: 


(<r*(N,  T,  t)).  =  K(N,  r)  \  r 


(27) 


Using  (27)  and  (6),  (S$(w)  =/s|co|  a),  coupled  with  the  re- 
sults established  thus  far,  one  is  now  able  to  extract  the 
power  spectral  density  from  the  dependence  of  the 
standard  deviation  on  sample  time  for  values  of  fi 
ranging  from  —  2<;u<0.  All  of  the  results  have  there- 
fore been  obtained  to  make  the  previous  mapping  of  n 
into  a  for  finite  data  sampling. 

III.  Atomic  Frequency  Standards 

A.  Passive  Atomic  Standards 

Devices  such  as  atomic  beam  machines  and  rubidium 
gas  cells  have  been  made  to  generate  impressively  stable 
frequencies  [7],  [8].  In  October,  1964,  the  appropriately 
authorized  International  Committee  of  Weights  and 
Measures  adopted  as  a  provisional  definition  for  the 

5  See  Barnes  [1],  equation  (74),  page  219. 

6  R.  Vessot,  L.  Mueller,  and  J.  Vanier,  "The  specification  of  oscil- 
lator characteristics  from  measurements  made  in  the  frequency 
domain,"  this  issue,  page  199.  (Also  see  Appendix.) 
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measurement  of  time,  the  transition  between  the  F  —  4, 
mF  —  0  and  F  =  3,  mF  =  0  hyperfine  levels  of  the  ground 
state  25i/2  of  the  atom  of  cesium  133,  unperturbed  by 
external  fields,  with  the  assigned  frequency  for  the 
transition  of  9  192  631  770  Hz.  The  cesium  beam  at 
NBS  has  also  been  established  as  the  United  States  Fre- 
quency Standard.  The  analysis  of  the  theory  of  opera- 
tion of  these  quantum  devices  has  been  covered  in  many 
publications  [7],  [8],  along  with  the  methods  of  slave- 
locking  an  oscillator  to  a  given  transition  [8].  An  analy- 
sis of  the  noise  that  should  be  present  in  an  oscillator 
servoed  to  an  atomic  transition  has  been  made  by 
Kartaschoff  [9],  Cutler  [6],  and  others.  The  author  de- 
sires to  reiterate  at  this  point  some  of  the  results  of  these 
analyses:  the  frequency  should  appear  white  noise 
modulated;  therefore,  the  phase  fluctuations  will  go  as 
the  random  walk  phenomena,  and  hence  the  mean 
square  time  error  in  a  clock  running  from  one  of  these 
frequency  standards  would  be  proportional  to  the 
running  time.  Barnes  [l]  has  also  shown  that 


<(A3<*>)2)  ~  <(5/)2>, 


(28) 


where  A3  denotes  the  3rd  finite  difference  and  St  the 
clock  error  time  for  a  running  time    and  also  that 


((A3*)2) 


U+2 


-2  <  f,  <  0. 


(29) 


The  results  from  combining  (28)  and  (29)  are  obvious, 
but  still  very  important,  i.e.,  if  either  the  power  spec- 
trum or  the  dependence  of  (a2)  on  the  sample  time  is 
known,  one  may  then  determine  the  rate  of  time  diver- 
gence and  conversely  [see  (7)  and  10)], 


m2) 


H-2. 


-2  <  u  <  0. 


(30) 


An  example  of  the  above  is  illustrated  by  the  follow- 
ing: if  jn  fact  "flicker  noise"  frequency  modulation  is 
present  on  the  signal  of  rubidium  gas  cells,  and  if  one 
assumes  the  rms  time  errors  were  equal  on  clocks  driven 
by  a  rubidium  gas  cell  and  a  cesium  beam  of  theoretical 
form  at  §  of  a  day — say,  for  example,  0.1  microsecond — 
then  the  accumulated  rms  time  error  after  1  year  would 
be  of  the  order  of  100  microseconds  for  the  rubidium 
cell  and  3  microseconds  for  the  cesium  beam. 

B.  Masers 

Masers,  in  contrast  to  the  passive  atomic  devices 
discussed  in  Section  III-A,  may  be  used  as  quantum 
mechanical  oscillators  [l0].  Since  the  sources  of  "flicker 
noise"  frequency  modulation  could  arise  from  many 
different  mechanisms,  the  suggestion  exists  that  per- 
haps the  active  character  of  masers  could  be  influenced 
by  one  of  these  mechanisms.  Most  of  the  basic  experi- 
mental research  associated  with  this  paper  and  per- 
formed by  the  author  has  been  to  determine  if  the  above 
suggestion  is  valid  or  not,  and  specifically  to  determine 
the  type  or  types  of  noise  present  on  the  signals  from 
masers. 

One  N16H3  maser  has  been  in  operation  at  NBS  for 
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several  years.  It  is  desirable  to  compare  similar  atomic 
devices  in  looking  at  noise,  so  another  N15H3  maser  was 
put  into  operation  for  direct  comparison  purposes. 
Worth  considering  at  this  time  is  the  basic  operation  of  a 
maser  so  that  arguments  made  later  on  will  be  under- 
standable. 

Three  basic  elements  of  a  maser  are  the  source,  the  en- 
ergy-state selector,  and  the  resonant  cavity.  A  needle 
valve  and  a  collimating  nozzle  are  coupled  to  the  source 
to  provide  a  highly  directed  beam  of  N16H3  down  the 
axis  of  the  four-pole  focusers.  The  four-pole  focusers  are 
the  energy-state  selectors  and  consist  of  four  electrodes 
with  alternate  high  voltages  so  that  on-axis  (in  line  with 
the  resonant  cavity)  the  electric  field  is  zero,  but  slightly 
off-axis  the  field  is  large  and  increases  as  the  distance  off 
axis.  Because  ammonia  has  an  induced  electric  dipole 
moment,  an  interaction  occurs  as  it  enters  this  electric 
field  region,  and  as  it  has  been  shown  [10]  the  low  en- 
ergy states  of  the  inversion  levels  of  ammonia  are  de- 
focused  while  the  high  energy  states  are  focused  on  axis 
and  into  the  resonant  cavity.  Therefore,  if  a  noise  com- 
ponent of  the  proper  frequency  is  present  and  the 
ammonia  beam  flux  is  sufficient,  a  regenerative  process 
will  take  place  in  which  a  high  energy-state  molecule 
will  decay  and  radiate  a  quantum  of  energy  "hv"  causing 
the  field  to  increase  in  the  cavity  and  hence  inducing 
other  molecules  to  undergo  the  transition,  etc.  The 
radiation  may  be  coupled  off  with  a  waveguide  and  then, 
with  an  appropriate  detection  scheme,  one  may  observe 
the  maser  oscillations  at  a  frequency  v  where,  neglecting 
any  frequency  pulling  effects,  v  is  approximately 
22  789  421  700  Hz  for  N15H3. 

There  are  many  parameters  that  affect  the  output  fre- 
quency of  an  ammonia  maser.  It  is  from  these  parame- 
ters that  one  may  expect  correlation  of  frequency 
fluctuations  over  long  times  such  as  exist  for  "flicker 
noise"  frequency  modulation.  To  see  the  mechanism, 
consider  the  fundamental  pulling  equation  [10] 

vo  -  v  =  —  (*o  -  vc)  +  B,  (31) 

where  p0  is  the  unperturbed  transition  frequency,  v  the 
maser  output  frequency,  A^i  the  transition  line  width, 
kvc  the  cavity  bandwidth,  vc  the  cavity's  frequency,  and 
B  is  a  term  involving  the  basic  parameters  such  as 
ammonia  beam  flux,  the  voltage  on  the  state  selectors, 
and  the  magnetic  and  electric  field  intensities  inside  the 
cavity.  Most  of  the  quantities  in  (31)  are  dependent  on 
temperature  either  directly  or  through  the  coupling 
electronics.  Some  of  the  quantities  in  (31)  are  dependent 
on  the  maser's  alignment  affording  another  mechanism 
for  correlation  of  the  long-term  frequency  fluctuations. 

As  described  in  detail  elsewhere  [ll],  it  is  possible  to 
construct  an  electronic  servo  that  will  tune  the  resonant 
frequency  of  the  cavity  to  that  of  the  ammonia  transi- 
tion frequency  (vo  =  ve).  The  tuning  is  not  perfect  be- 
cause of  the  noise  present.  The  effect  this  has,  as  can  be 
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seen  from  (31),  is  profound,  greatly  reducing  the  effect 
of  the  basic  parameters  and  almost  entirely  eliminating 
cavity  dimensional  instability.  The  correlation  now 
existing  in  the  long  term  frequency  fluctuations  may 
well  be  expected  to  be  masked  out  by  other  noise  in  the 
system. 

Since  the  servomechanisrh  is  of  the  frequency  lock 
type,  and  if  the  noise  in  the  servo  is  white  over  some 
finite  bandwidth,  then  the  fluctuations  on  the  output 
frequency  would  be  white  inasmuch  as  they  were  caused 
by  the  servo.  This  is  the  same  as  for  passive  atomic 
devices — a  result  not  altogether  unexpected. 

IV.  Experiments  Performed 

A.  NliHz  Maser  Comparison 

Two  N15H3  masers  were  compared  by  the  following 
technique.  Each  maser  has  coupled  onto  its  output  wave- 
guide a  balanced  crystal  detector  and  onto  each  detector 
a  30  MHz  IF  amplifier.  Since  the  frequency  of  the  inver- 
sion transition  in  N15H3  is  about  22  790  MHz,  a  local 
oscillator  signal  at  22  760  MHz  is  inserted  into  each  re- 
maining leg  of  the  balanced  crystal  detectors.  The  30 
MHz  beat  frequencies  resulting  from  the  output  of  the 
IF  amplifiers  are  then  compared  in  a  balanced  mixer  and 
its  audio  output  is  analyzed;  the  bandwidth  of  this 
mixer  is  about  20  kHz.  The  frequency  of  the  audio 
signal  can  be  adjusted  to  a  reasonable  value  by  offset 
tuning  the  cavity  of  one  of  the  masers.  The  period  of  this 
audio  signal  is  determined  with  a  counter;  the  data  are 
punched  on  paper  tape  for  computer  analysis.  The  com- 
puter determines  the  average  value  of  the  fractional 
standard  deviation  a,  along  with  its  confidence  limit  for 
pertinent  discrete  values  of  the  sampling  time  t. 

In  all  of  the  maser  data  taken  it  was  necessary  to  sub- 
tract out  a  systematic  but  well-understood  linear  drift — 
due  to  a  change  of  the  ammonia  beam  flux  in  the  N15H3 
maser  and  due  to  cavity  dimensional  drift  from  changing 
temperature  in  the  case  of  the  H  maser.  This  was  ac- 
complished by  the  method  of  least  squares  [12].  The 
ability  to  change  the  number  of  samples  N  was  also 
built  into  the  computer  program. 

A  plot  of  the  computer  output  for  some  of  the  data 
analyzed  in  the  N15H3  maser  comparison  is  shown  in 
Fig.  4.  The  output  frequencies  of  the  masers  were  not 
servo-controlled  for  these  data.  The  slope  is  very  nearly 
that  of  white  noise  frequency  modulation.  It  will  be 
noted  that  for  a  time  of  one  second,  the  fractional 
standard  deviation  of  the  frequency  fluctuations  is  less 
than  2X10-12. 

B.  Cesium  Beam,  Maser,  Quartz  Oscillator  Intercompar- 
isons 

Many  comparisons  were  made  between  all  the  differ- 
ent types  of  atomic  devices  made  available  in  the 
Atomic  Frequency  and  Time  Standards  Section  of  NBS. 
Most  of  the  comparisons  were  made  at  5  MHz  by  mea- 
suring the  period  of  the  beat  frequency  with  a  counter, 
and  the  resulting  data  were  processed  by  a  computer. 
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Fig.  3.    Block  diagram  of  maser  cavity  servo  system. 
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The  bandwidth  of  the  5  MHz  mixer  that  produces  the 
beat  frequency  was  about  33  Hz. 

A  comparison  was  made  between  the  double  beam 
N15H3  maser  with  the  cavity  servo  in  operation  as 
illustrated  in  Fig.  3,  and  the  NBS  III  cesium  beam. 
A  5  MHz  quartz  crystal  oscillator  of  good  spectral 
purity  was  phase  locked  by  a  double  heterodyne  tech- 
nique to  the  output  frequency  of  the  maser,  and  this 
oscillator  was  compared  with  a  high  quality  quartz 
crystal  oscillator  that  was  frequency  locked  to  NBS  III. 
A  plot  of  the  data  is  shown  in  Fig.  5.  The  noise  is  un- 
doubtedly that  of  the  maser  cavity  servo  system,  and 
though  it  exhibits  very  nearly  its  theoretical  value  of 
H  =  —  1  for  white  noise  frequency  modulation,  the  noise 
level  will  be  seen  to  be  well  over  an  order  of  magnitude 
higher  than  for  the  free-running  maser. 

The  free-running,  single  beam,  N15H3  maser  was  com- 
pared with  NBS  III  on  a  longer  time  basis  and  indicated 
the  presence  of  "flicker  noise"  frequency  modulation. 
There  was  indicated  a  fair  amount  of  uncertainty  to  the 
data,  however. 

In  Fig.  6  one  sees  a  very  interesting  plot  in  the  com- 
parison of  the  NBS  III  cesium  beam  with  a  very  high 
quality  quartz  crystal  oscillator.  The  comparison  was 
again  made  at  5  MHz  as  indicated  above.  The  first  part 
of  the  curve  shows  the  white  noise  frequency  modula- 
tion in  the  cesium  beam  servo  system,  and  then  the 
curve  changes  slope  indicating  the  presence  of  "flicker 
noise"  frequency  modulation  as  is  typically  exhibited 
by  quartz  crystal  oscillators.  This  shows  experimentally 
the  theoretical  result  discussed  previously,  that  one 
may  have  quite  a  high  level  of  white  noise  in  a  system 
and  eventually  the  system  will  be  better  than  one  with 
"flicker  noise"  frequency  modulation. 

An  extended  comparison  was  made  (58  hours)  be- 
tween the  H  maser,  NBS  III  cesium  beam,  a  rubidium 
gas  cell,  and  a  quartz  crystal  oscillator.  Some  of  the  data 
are  still  to  be  analyzed,  but  some  interesting  and  im- 
pressive results  have  been  obtained  thus  far.  Figure  7 
shows  the  analysis  of  some  of  the  data  obtained  from 
the  H  maser,  cesium  beam  (NBS  III)  comparison. 
White  noise  frequency  modulation  is  exhibited  for 
sampling  times  extending  to  4  hours  with  the  very 
impressive  standard  deviation  of  ~6X10~14  for  t  =  4 
hours.  "Flicker  noise"  frequency  modulation  was  ob- 
served on  both  the  rubidium  gas  cell  and  on  the  quartz 
crystal  oscillator  in  this  comparison. 

V.  Conclusions 

An  invariant  quality  factor  of  a  frequency  standard 
having  definite  esthetic  value  would  be  the  infinite  time 
average,  standard  deviation  of  the  frequency  fluctua- 
tions. From  the  theoretical  development  a  least  biased 
estimate  of  this  factor  may  be  established  in  terms  of  the 
expectation  value  of  the  standard  deviation  for  any- 
finite  number  of  samples: 
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^  _(N  -  l)(**(N,  t))  ^ 
iV(l  -  N") 

-2  <  n  <  0  and  |  t«b  | »  1.  (32) 

a2  also  has  the  desirable  feature  of  being  dependent  on 
only  one  variable,  r,  except  for  tx=  —  2,  where  it  is  also 
necessary  to  specify  the  system  bandwidth.  Equa- 
tion (32)  is  valid  for  all  types  of  noise  between  and  in- 
cluding "flicker  noise"  frequency  modulation  and  white 
noise  phase  modulation  (  —  3<a<0).  However,  if 
<x=  —  3,  some  other  means  of  specification  need  be  em- 
ployed, such  as  Barnes'  [l]  finite  difference  technique  or 
(<r2(2,  t))  which,  interestingly,  is  equal  to  ((A2</>)2)/2t2 
(A2  denotes  the  second  finite  difference). 

"Hick  er  noise"  frequency  modulation  was  not  ob- 
served on  the  frequency  fluctuations  of  the  maser  type 
of  atomic  frequency  standard  for  any  of  the  reliable 
data  obtained — the  time  coverage  here  being  from  about 
0.1  second  to  4  hours.  The  presence  of  "flicker  noise" 
was  indicated  for  free-running  masers  (both  H  and 
N15H3)  in  the  long  term  range,  though  the  data  were 
somewhat  unreliable.  This  type  of  noise  was  eliminated 
in  the  case  of  the  N15H3  maser  by  use  of  a  cavity  servo 
mechanism,  and  one  might  infer  from  the  similarities 
in  the  masers  that  the  same  would  hold  true  for  the  H 
maser. 

It  is  acknowledged  that  if  "flicker  noise"  is  present  on 
the  frequency  fluctuations  of  a  free-running  maser  for 
longer  times,  the  lower  cutoff  frequency  might  be 
greater  than  for  quartz  crystal  oscillators — for  indeed 
the  maser  operator  is  himself  a  part  of  a  cavity  servo 
when  he  retunes  the  cavity  or  perhaps  recoats  the  quartz 
bulb. 

The  existence  of  "flicker  noise"  frequency  modulation 
on  the  frequency  fluctuations  of  rubidium  gas  cells  is 
just  another  indication  that  they  would  not  at  present 
make  a  reliable  primary  frequency  standard.  One  can- 
not conclude  from  the  data  analyzed  that  "flicker  noise" 
is  not  present  on  masers — even  if  a  cavity  servo  is  em- 
ployed. It  is  possible,  however,  to  determine  an  upper 
limit  for  the  level  of  "flicker  noise."  If  G^(o})  =h  \w  |~3, 
then  using  (22),  the  upper  limit  of  h  can  be  determined 
from  the  minimum  value  of  <r2(N,  t).  The  value  of  h  for 
N15H3  (determined  from  Fig.  4)  is  ~7X10~25  seconds-2. 
It  is  of  interest  to  compare  this  with  the  value  of  h  de- 
termined for  the  quartz  crystal  oscillator  shown  in  Fig. 
6 — ^8X10-25  seconds-2.  Though  comparable,  it  should 
be  stated  that  this  oscillator  is  one  of  the  best  that  has 
been  analyzed  at  NBS.  The  upper  limit  on  h  for  the  H 
maser,  cesium  beam  (NBS  III)  comparison  shown  in 
Fig.  7  is  ^2X10-27  seconds-2 — being  a  factor  of  350 
and  400  times  better  than  the  N15H3  maser  and  quartz 
crystal  oscillator,  respectively. 

There  are  many  areas  where  additional  data  analysis 
would  be  informative.  It  would  be  very  interesting  to 
look  at  the  behavior  of  the  cesium  beam,  hydrogen 
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maser  comparison,  shown  in  Fig.  7,  for  extended  times. 
Another  analysis  of  interest  would  be  that  of  a  cavity- 
servoed  H  maser.  Such  a  servo  system  is  under  develop- 
ment for  the  NBS  H  maser.  To  then  compare  the  cavity- 
servoed  H  maser  with  a  cesium  beam  and  its  associated 
servo  system  would  afford  great  insight  into  determining 
which  of  these  competitive  atomic  standards  should  be 
primary. 

Appendix 

The  general  expression  for  the  autocovariance  func- 
tion for  infinite  bandwidth  is: 


Rv(t)  =  a' (a)  |  x  I""-1, 
a 7^0,  and  not  an  integer,  where 

M<*  +  1)> 


(33) 


a' (a)  =  2 


cos 


Ma  + 

(— HJr(°+,) 


Physically,  R„(0)  is  kept  from  diverging  in  the  region 
—  1  <a  because  of  finite  system  band  widths,  co^;  i.e.,  for 
any  €<1/ojb,  Rv(e)  —  R^I/wb).  A  good  approximation 
to  ^(0)  in  this  region  is,  therefore,  Rv(1/cob).  One  may 
notice  that  the  variance  of  the  frequency  fluctuations 
diverges  [see  (5)]  with  increasing  oij.  The  variance  of 
the  frequency  fluctuations  may,  therefore,  be  written: 


a(a) 


(34) 


In  the  region  — 3<a<  — 1,  ^(0)  is  approximately 
zero;  and  if  \twb  \  |a+1|^>l,  then  the  equations  for  U(t) 
are  as  written  in  (9). 

Consider  now  a  finite  number  of  data  samples  N  in  the 
domain  where  —  l<a<0,  and  | tw'b\ a+1ii>l.  Using  the 
appropriate  form  of  U(t)  from  (9)  and  substituting  into 
(13)  gives: 


(a2(N,  t)> 


N  +  1 


N 


a(a) 


TUB 


(35) 


/here 


n  =  —  a 


Hence,  by  keeping  N  and  rag  constant,  one  can  de- 
termine the  value  of  /z  (of  a)  on  a  log  (cr2(N,  t))  vs.  log  r 
plot,  thus  eliminating  the  degeneracy  in  this  region. 
Equation  (35)  may  also  be  written: 


(N+  l)-q(q)-  1  UBr 

AV 


(36) 


Hence,  if     and  r  are  held  constant  and  cob  is  varied,  the 


slope  on  a  log-log  plot  of  ((J2(N,  t))  vs.  ojb  would  be 
a  +  \ — affording  another  technique  of  determining  the 
spectral  density  in  this  domain. 

It  is  of  interest  to  note  that  the  most  sensitive 
parameters  to  use  in  arriving  at  the  value  of  a  are: 
the  bandwidth,  cob,  if  —  1  <a  <0;  the  sample  time  r,  if 
—  2<a<  —  1;  and  the  number  of  samples  N,  if 
-3<a<  -2. 
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ERRATA  SHEET 


STATISTICS  OF  ATOMIC  FREQUENCY  STANDARDS 

by 

David  W.  Allan 

Equation  (12)  p. 223  should  have  summation  from  n  =  1  to  N  -  1  r 
than  from  n  =  0 

N-l 


(X>-n,[  j) 


Equation  (22),  page  225  should  read 


lim 
7-0 


+  ^rm(t+r)-M(tny  <f!(t)) 


Equation  (24),  page  225  should  read 

k  N_1 

<cr2(N,T,r)>  =    N(N_X)  ;     I   -   ;  ,v: 


f  (nr  +  l)2  In  (nr  +  1)  +  (nr  -l)2  In  (nr  -  1) 


£     (N-n)  ("-; 
n=l 

] 


The  next  to  last  line  in  paragraph  1  of  the  Appendix  should  read: 
"zero;  and  if  |  j  oj^  |   ^+    '  >>  1,  then  the  equation  for  U  (r). 
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FLICKER  NOISE  OF  PHASE  IN  RF  AMPLIFIERS 
AND  FREQUENCY  MULTIPLIERS:  CHARACTERIZATION, 

CAUSE,  AND  CURE 

Donald  Halford,  A.  E.  Wainwright,  and  James  A.  Barnes 

Time  and  Frequency  Division 
National  Bureau  of  Standards,  Boulder,  Colorado  80302 

(14  December  1967) 
Summary 

The  high  phase  stability  of  atomic  frequency  standards  has  called  for 

the  development  of  associated  electronic  equipment  of  equivalent  or  superior 

stability.    We  have  surveyed  the  performance  of  existing  high  quality 

frequency  multipliers  and  RF  amplifiers  which  operate  in  the  range  of  5  MHz 

to  microwave  frequencies.    We  were  most  interested  in  the  phase  noise  in  the 

—  2+3 

range  of  Fourier  frequencies,  f,  of  about  10      Hz  to  10T    Hz,  since  most 
electronic  servo  systems  in  existing  atomic  frequency  standards  use  modula- 
tion frequencies  which  fall  within  this  range.    This  range  also  includes  the 
passive  linewidths  of  existing  atomic  frequency  standards. 

We  found  that  all  state-of-the-art,  solid  state  amplifiers  and  frequency 
multipliers  in  our  survey  had  random  phase  fluctuations  (phase  noise)  of 
significant  intensity  and  with  a  spectral  density  proportional  to  l/f  (flicker 
noise  of  phase).    Surprisingly,  the  flicker  noise  of  phase  was  found  to  be 
approximately  the  same  in  most  of  the  apparatus  included  in  the  survey.  The 
typical  one-sided  spectral  density  of  the  phase  noise  was  about  (10~^*^ 
radian^)/f  when  referred  to  the  input  frequency,  and  the  best  performance 
was  only  6  dB  better.    This  performance  was  independent  of  the  input  fre- 
quency over  at  least  the  surveyed  range  of  5  MHz  to  100  MHz,  and  did  not 
depend  upon  the  multiplication  factor.    This  noise  level  exceeds  by  about 
20  dB  the  stability  which  is  needed  for  full  compatibility  with  existing  hydro- 
gen atom  masers  and  with  proposed  high  flux  cesium  beam  designs. 

Through  our  laboratory  experimentation,  this  flicker  noise  of  phase 
was  shown  to  be  due  to  intrinsic,  direct,  phase  modulation  of  the  RF  carrier 
by  the  transistors.    No  large  differences  in  the  flicker  noise  intensity  were 
found  among  different  types  of  transistors,  whether  field  effect  or  bipolar 
(including  overlay),  silicon  or  germanium,  high  f<p  or  medium  fj,  high  DC 
flicker  noise  or  low  DC  flicker  noise,  and  hermetic  can  or  plastic.    With  the 
knowledge  that  the  active  elements  invariably  cause  phase  noise  via  intrinsic, 
direct,  phase  modulation,  we  could  predict  that  negative  feedback,  and  only 
negative  feedback,  could  reduce  the  phase  noise. 

By  systematically  applying  local  RF  negative  feedback  (emitter 
degeneration)  to  each  of  the  transistors  in  an  apparatus,  we  have  realized 
typically  more  than  30  dB  (up  to  40  dB  in  some  cases)  reduction  of  the  flicker 
noise  of  phase  in  amplifiers  and  frequency  multipliers.    No  other  circuit 
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improvements  were  found  which  yielded  significant  additional  reduction  of  the 
flicker  noise  of  phase.    Individual  silver  mica  capacitors  (80%  of  our  stock) 
gave  excessive  flicker  noise  of  phase,  but,  by  testing  and  selecting  capacitors, 
this  source  of  noise  could  always  be  avoided.    Selection  of  individual  tran- 
sistors had  relatively  little  effect,  typically  no  more  than  4  dB. 

This  improved  performance  of  amplifiers  and  frequency  multipliers 
comfortably  exceeds  the  requirements  for  compatibility  with  contemporary 
and  proposed  atomic  frequency  standard  systems.    At  the  Frequency  Control 
Symposium  we  will  discuss 

1.  our  survey  of  the  state-of-the-art, 

2.  .   the  measurements  which  proved  that  the  active  elements 

(transistors)  were  the  unavoidable  source  of  the  flicker 
noise  of  phase, 

3.  the  use  of  local  RF  negative  feedback  as  the  only  practical 
means  of  achieving  extremely  low  flicker  noise  of  phase, 

4.  the  measured  performance  of  our  new  amplifier  and 
frequency  multiplier  designs,  and 

5.  the  outlook  for  possible  similar  improvements  in  oscillators, 
mixers,  and  other  phase-processing  electronic  equipment. 


Reprinted  from: 
Proc.  of  the  22nd  Ann.  Symp.  on  Freq.  Contr. 
S.    Army  Electronics  Command,  Ft.  Monmouth,  New  Jersey,  Apr.  22-24,  1968) 

pp.  340  =  341  (April  1968). 
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TABLES  OF  BIAS  FUNCTIONS,  B]  AND  B2,  FOR  VARIANCES 
BASED  ON  FINITE  SAMPLES  OF  PROCESSES  WITH  POWER 
LAW  SPECTRAL  DENSITIES 
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NBS  Technical  Notes  are  designed  to  supplement  the 
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means  for  making  available  scientific  data  that  are  of 
transient  or  limited  interest.  Technical  Notes  may  be 
listed  or  referred  to  in  the  open  literature. 
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TABLES  OF  BIAS  FUNCTIONS,  B,  AND  B  ,   FOR  VARIANCES 

1  2 

BASED  ON  FINITE  SAMPLES  OF  PROCESSES  WITH  POWER 
LAW  SPECTRAL  DENSITIES 

J .  A.  Barnes 
ABSTRACT 


D.  W.  Allan  showed  that  if  y(t)  is  a  sample  function  of  a  random 
noise  process  with  a  power  law  spectral  density  (i.  e .  ,  S  (f)  =  h  |  f  |  ), 
then  there  is  generally  bias  to  the  estimated  variance  of  y,  defined  as 

N 

°y(N'T-T)=  <yn-<y»2. 

n=  1 

where  N  is  the  number  of  samples,  y  is  the  average  value  of  y(t)  over 
the  n-th  interval  of  duration  T,  T  is  the  time  between  the  beginnings  of 
any  two  successive  sample  intervals,  and 

N 
n=  1 

Allan  also  showed  that,  under  these  conditions,  the  expectation  value 

LL 

of  the  estimated  variance  is  proportional  to  T     where  \x  is  a  constant 
related  to  a,  the  exponent  in  the  spectral  density;  i.  e.  , 

E  [a    (N,  T,  T)l  «  . 

y 

Based  on  this  work  one  may  define  the  two  bias  functions 
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E[a2(N,  T,t)] 


E[a2  (2,  T,  t 


y 


and 


E[a2  (2,  T,  t 


B2(r)fx)  = 


X 


E[a2  (2,  T,  T)] 


If  one  has  a  sample  variance,  a    (N, ,  T.t),  the  bias  functions 

y      1      1  1 

allow  one  to  give  an  unbiased  estimate  for       (N  .  T  ,  t)  provided  the 

y      2      2  2 

spectral  type  is  known  (i.e.  ,  \x  is  known). 

The  tables  give  values  of  B^(N,  r,  fx)  and  B^(r,  \x )  accurate  to  four 
significant  figures  for  the  following  values  of  N,  r,  u  : 


-2.0  to  2.0  in  steps  of  0 .  2; 


N 


4,  8,  16,  32,  64,  128,  256,  512,  1024,  co  ; 


r 


0.  001,  0.  003,  0.  01,0.  03,  0.  1,0.  2,  0.4,  0.8,  1,  1.01,  1.  1, 


2,  4,  8,  16,  32,  64,  128,  256,  512,  1024,  2048,  &  . 


Key  Words:    statistics,  variance,  spectral  density,  unbiased  estimate 
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TABLES  OF  BIAS  FUNCTIONS,  B    AND  B  ,  FOR  VARIANCES 
BASED  ON  FINITE  SAMPLES  OF  PROCESSES  WITH  POWER 
LAW  SPECTRAL  DENSITIES 

J .  A.  Barnes 

Consider  a  random  variable  y  with  mean  m.    The  variance  of  y  is 

2 

defined  as  the  expectation  value  of  (y  -  m)  ,  that  is 

Var  y  =  E[(y  -  m)  ]  . 

This  is  defined  as  an  average  over  the  entire  ensemble  but,  for  an 
ergodic  process,  y(t),it  can  alternatively  be  defined  as  an  average  over 
all  time,  t. 

Typically,   the  variance  of  y  is  estimated  from  a  finite  set  of 
experimental  values  according  to  the  relation 


N 


(Var  y) 


est.       N-l    /  „  Vyi 


<y»' 


i=  1 


where  <y>  =  — 


1  N 


is  the  mean  of  the  y..     The  factor    —  ■ 

3  i  N-l 


(1) 


is  used  in 


i=  1 


order  that  the  estimate  have  no  bias  for  non-correlated  y:    that  is,  one 
typically  wants  to  obtain  the  true  variance  which  would  be  obtained  as 
N  — >  cp  .    For  finite  N,  the  estimated  variance  has  some  expected  value } 


N 


N 


t£». 


<y>)4 


n=  1 


If  the  y_  are  independent  (actually,  non-correlated  is  sufficient)  random 


variables,  then  the  expected  value  of  this  estimated  variance  for  finite 
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N  is  exactly  equal  to  the  true  (infinite  N)  variance.    If  the  y.  are  cor- 
related, however,  the  estimate  based  on  (1)  may  indeed  be  biased. 
This  fact  has  been  recognized  and  discussed  in  some  detail  for  the  case 
of  power  law  spectral  densities  by  Allan  [l]. 

The  Bias  Functions,  B,  and  B 
 1  2 

Following  Allan  [l],  consider  a  random  process  y(t)  with  con- 
tinuous sample  functions.    We  assume  that  y(t)  has  a  spectral  density, 
S  (f),  which  obeys  the  law 

y 

Sy(f)  =  h|f|a,  f/<|f|<fu  (2) 
where  h  is  a  constant,  the  limit  frequencies       and  f    satisfy  the  relations 

liK<  V 

and  any  intervals  of  time,  At,  of  any  significance  satisfy  the  relations 

«  At  <r< 


f     "  ^f- 

u  I 

In  short,  y(t)  has  a  power  law  spectral  density  over  the  entire  range  of 
significance . 

Consider  a  measurement  process  which  determines  an  average 
value  of  y(t)  over  the  interval  t  to  t  +  j  .    That  is, 

y(t)  =  1   /        y(t")dt"  •  (3) 
T  t 

One,  now,  may  determine  an  estimated  variance  from  a  group  of  N  such 
measurements  spaced  every  T  units  of  time;  that  is, 
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N  N 


(4) 


n=l  k=l 


which  is  called  the  "Allan  variance"  [lj  . 

Allan  [lj  has  shown  that  under  these  conditions, 


e|c^(N,  T,t) 


U. 

«T    ,  N  and  T/t  constant, 


where  \x  is  related   to  a  according  to  the  mapping  shown  in  Figure  1 
(see  references  1  and  2  ).    The  relation  between  U  and  a  may  be  given  as 

-2  if  a  >  1 
u  =     \      -a  -1  if  -3<  a  <  1 

not  defined  otherwise. 

This  mapping  involves  a  simple  extension  of  Allan's  work  [  lj  to  the 
range  0<  u  <  2.    This  extension  was  also  mentioned  in  C^J. 

Allan  [  l]  considered  in  some  detail  the  case  where  T  =  t.  This 
is  the  case  of  exactly  adjacent  sample  averages --no  "dead  time"  between 
measurements.    Allan  defined  a  function,  X  (N,  [i),   as  follows 

Efa2(N,  t,t)1 

X  (  N,  fi )  =   J  ,  (5) 

E|a^  (2,  t,t)J 

where  it  is  again  assumed  that 


""it  should  be  noted  that  in  reference     1    the  exponent,  a,   corresponds  to 
the  spectrum  of  phase  fluctuations  while  variances  are  taken  over 
average  frequency  fluctuations.    In  the  present  paper,  a  is  equal  to  the 
exponent,  a,  in  £l[]plus  two.    Thus,  in  this  paper,   all  considerations 
are  confined  to  one  variable,  y(t)  (analogous  to  frequency  in  [l])  and 
the  spectral  density  of  y,  S  (f ) .     This  paper  does  not  consider  the 
spectrum  of  the  integral  of^y(t). 
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a   (N,  t,t) 

y 


LL 

a   t    ,  N  constant 


Allan  shows  [l]  that  experimental  evaluations  of  X  (N,  u  )  may  be  used  to 
infer  u  and  hence  the  spectral  type  by  use  of  the  mapping  of  Figure  1. 

Since  many  experiments  actually  have  dead  time  present,  it  is  of 
value  to  make  two  different  extensions  of  this  function,  X  (N,  u).  First, 


define        (N,  r,  u)  by  the  relations 


Bl  (N,  r,u)  = 


e|V(N,  T,  t)] 
eJo2  (2,  T,T)] 


where  r  =  T/t  and 


(6) 


E 


a    (N,  T,  t  ) 

y 


I  T    ,  N  and  r  constant 


The  second  function,        (r,  u),  is  defined  according  to  the  relation 


B2(r,u)  = 


e|V  (2,  T,t)] 
e[q2  (2,t,t)] 


(7) 


where  r  =  T/ T.    In  words,  B^  is  the  ratio  of  the  expected  variance  for 
N  samples  to  the  expected  variance  for  2  samples  (everything  else  fixed); 
while  B^  is  the  ratio  of  the  expected  variance  with  dead  time  to  that  of 
no  dead  time  (with  N  =  2  and  T  held  constant).    The  B's,  then,  reflect 
bias  relative  to  N  =  2  rather  than  N  =  m  .    It  is  apparent  that  B^(N,  r=l,  jx) 
sX(N,  u). 

For  the  conditions  given  above  and  with  reference  to  Allan  £lj, 
one  may  write  expressions  for  both  B^  and  B^,  as  follows: 
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1  + 


B^N,  r,n)  = 


N-l 

£ 

n=  1 


N-n 
N(N-l) 


2  |  nr  |  -  |  nr  +  1 1  -  |  nr  - 1 1 


1  +I 


z,;  (8) 


2|rr+2  -  |r+ll^+2  -  lr-ll^+2 


in  particular  for  r  =  1, 


N(l-Nfl  ) 
2(N-1)  (1-2^) 


(9) 


and 


B2(r>Hi)  = 


1 

1  +  I 


2  r 


u  +  2 


r+  1 


IM-  +2 


r-1 


|j.  +  2 


2(1  -  2^) 


(10) 


except  that  by  definition,  B  (1,  |jl  )  =  1 .    The  magnitude  bars  are  essential 
on  the  r-1  term  when  r  <  1,  and,  indeed,  proper.    Since  Allan  £lj  was 
involved  with  r  >  1  the  magnitude  bars  were  dropped  in  reference  1. 

For  |jl  =  0,  equations  (8),  (9),  and  (10)  are  indeterminate  of  form 
0/0  and  must  be  evaluated  by  L'Hospital's  rule.    Special  attention  must 
also  be  given  when  expressions  of  the  form  0^  arise. 

One  may  obtain  the  following  results: 


B,  (2,  r,  n)  =  1 


(N,  r,  2)  = 
(N,  1,  1)  = 


N(N+  1) 
N  6 


(N,  r,  -1)  =  1  if  r  >  1 

(N,  r,  -2)  =  1  if  r  ^  1  or  0 


B2(o)Ho  =  0 

B2(l, hO  =  1. 
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B2  (r,  2)  =  r2 

B2  (r,  1)  =  j  (3r  -1)  if  r  >  1 

/r  if  0<r<l 
B2(r'-1)  =  il  if  r>l 

/O  if  r  =  0 
B2  (r,  -Z)  =  ll  if  r  =  1 

v2/3  otherwise 

Values  of  the  functions  B^(N,  r,  u)  and  ^(r,  u  )  are  tabulated  on 
the  following  pages  for  values  of  N,  r,  \i  as  shown  below: 

u-  =  -2.0  to  2.0  in  steps  of  0.2; 

N  =  4,  8,  16,  32,  64,  128,  256,  512,  1024,  co  ; 

r  =  0.001,0.003,0.01,0.03,0.1,0.2,0.4,0.8, 

1,  1.01,  1.  1,  2,  4,  8,  16,  32,  64,  128,  2  56,  512,  1024, 

2048,  co  . 

Figure  2  is  a  graphical  representation  of  B^  (r ,  \x )  for  0  <  r  <  2  and 
-2<H,.<2. 

Examples  of  the  use  of  the  bias  functions 

The  spectral  type,  that  is,  the  value  of  \i ,   may  be  inferred  by 
varying  T ,  the  sample  time  [l,  2 J  .    Another  useful  way,  however,  of 
determining  the  value  of  [±  is  by  using  B^(N,  r,  [i)  as  follows:  calculate 


and  hence  B   (N,  r,  |jl  ) ; 


timate  of  E \oZ  (N,  T,  t  )]  and  of  E  [a2  (2,  T,  t  ) 

L  y  J  L  y 

then  by  use  of  the  tables  the  value  of  (J.  may  be  inferred. 

2 

Suppose  one  has  an  experimental  value  of  a    (N^>  T^,  T^)  and  its 
spectral  type  is  known- -that  is,  [x  is  known.    Suppose  also  that  one 


wishes  to  know  the  variance  at  some  other  set  of  measurement  para> 
meters,   N^,  T  ,  T   .    An  ui 
calculated  by  the  equation: 


2 

meters,   N_,  T  ,  T _ .    An  unbiased  estimate  of  a    (INL,  T  ,  T  )  may  be 
2       2      2  y      2      2  2 


489-7 


a  (NTT) 

y        L        C  L 


El(N2'r^)B2(r2'^ 
B1(N1,r1,|JL)B2(r1,M.) 


a2(N 

y 


i'ti-ti>] 


where  r ^  =  T  /  T    and       =  T2/T 


Obviously  one  might  be  interested  in  N    =  co  .    In  this  case  if  \i  >  0, 

2 

the  expected  value  of  a    (co,  T  ,  T_)  is  also  infinite.    This  is  true  because, 

y  Z  2 


Lim 

N  -  co 
2 


B  <N    ,2>(i>  = 


for  ^  >  0. 

Also,  it  should  be  noted  that,  for  u  =  2,  e[V(N,  T,t)]  i 


is  a 


function  of  f^  for  any  N>2,  T,  T ,  even  though  B^(N,  r,  2)  and  ^(r,  2) 

as  determined  from  (8),  (9),  and  (10)  are  finite  and  well  behaved 

In  this  region,  [x  ~  2,  the  low  frequency  behavior  is  critically  important. 


ACKNOWLEDGEMENT 

The  author  wishes  to  acknowledge  the  capable  assistance  of 
Mrs.  Bernice  Bender  who  wrote  the  computer  programs  for  evaluating 
the  functions  and  Messrs.  D.  W.  Allan  and  D.  J.  Glaze  for  many  helpful 
discussions. 


4  90-8 


REFERENCES 

1  D.  W.  Allan,   "Statistics  of  Atomic  Frequency  Standards,  11  Proc. 

IEEE,   Vol.  54,   No.  2,  Feb  ruary  1966,  pp.  2Z1-230. 

2  R.F.C.  Vessot,   L.  Mueller,   and  J.  Vanier,   "The  Specification  of 

Oscillator  Characteristics  from  Measurements  made  in  the  Time 
Domain,"  Proc.  IEEE,   Vol.  54,   No.  2,  pp.  199-207,  February 
1966. 

3  J.  A.  Barnes  and  D.  W.  Allan,   "An  Approach  to  the  Prediction  of 

Coordinated  Universal  Time,  "  Frequency,   Vol.  5,   No.  6, 
November/December  1967,  pp.  15-20. 


TABLES  OF  B    AND  B 

The  tables  are  photographic  reproductions  of  the  computer  output. 

Each  entry  for  the  value  of  the  functions,  B^  and  B^  consists  of  a 

decimal  number  followed  by  an  integer  which  is  the  exponent  of  10.  Ten 

raised  to  this  power  should  multiply  the  decimal  number.     Thus  the 

3 

table  entry  2.752  +  003  could  be  written  2.752  *10    or,   simply  2752. 
Similarly,  "9.869  -  001"  =  9.869   X  10_1  =  0.9869. 
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AN  APPLICATION  OF  STATISTICAL  SMOOTHING  TECHNIQUES  ON 
VLF  SIGNALS  FOR  COMPARISON  OF  TIME  BETWEEN  USNO  AND  NBS 


Alain  Guetrot 
Bureau  International  de  l'Heure 
Paris,  France 

Lynne  S.  Higbie 
National  Bureau  of  Standards 
Boulder,  Colorado  80302 

Jean  Lavanceau 
U.  S.  Naval  Observatory- 
Washington,  D.   C.  20390 

and 

David  W.  Allan 
National  Bureau  of  Standards 
Boulder,   Colorado  80302 


Summary 

Recent  developments  have  provided  a 
method  for  obtaining  submicrosecond  time  com- 
parisons over  continental  distances.     The  method 
was  applied  to  a  time  comparison  between  the 
master  clocks  at  the  United  States  Naval  Observ- 
atory (USNO)  and  at  the  National  Bureau  of 
Standards  (NBS)  in  Boulder,  Colorado. 

There  were  the  following  developments. 
First,  if  two  signals  show  a  reasonable  degree 
of  correlation  in  their  fluctuations,  then  one  may 
derive  an  optimum  linear  combination  of  the  two 
with  a  mean  square  error  less  than  for  either 
signal  individually.    The  two  signals  studied  were 
the  transmissions  on  21.4  kHz  from  NSS  in 
Annapolis,  Maryland,  and  on  20.  0  kHz  from 
WWVL  in  Fort  Collins,  Colorado.    It  is  neces- 
sary that  receivers  be  located  for  both  signals  at 
the  locations  of  the  controlling  clocks.  Exist- 
ence of  positive  correlation  was  shown.  The 
positive  cross  correlation  probably  was  due  to 
the  near  reciprocal  path  and  the  very  close 
transmission  frequencies. 

Second,  the  phase  fluctuations  due  to  the 
propagation  medium  were  consistent  with  a 
spectral  density  of  the  random  phase  noise  pro- 
portional to  |f  |~*,  commonly  called  flicker  of 
phase  noise.    This  persisted  for  Fourier  fre- 
quencies from  one  cycle  per  day  down  to  one 
cycle  per  several  weeks.    The  fluctuations  on  the 
linear  combination  of  the  two  signals  still  be- 
haved as  flicker  of  phase  noise  but  at  a  lower 
level. 

Reprinted  from:    Proc.  of  the  23rd 
Electronics  Command,  Ft.  Monmouth,  N 
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The  phase  or  time  fluctuations  of  the 
master  clocks  however  followed  a  spectral 
density  law  proportional  to  |f|~    ,  flicker  of  fre- 
quency noise,  for  frequencies  lower  than  one 
cycle  per  day. 

Third,  an  optimum  linear  filter  (Wiener 
filter)  giving  the  minimum  mean  square  error 
estimate  (MMSEE)  of  the  signal  has  been  deter- 
mined for  a  random  walk  of  phase  signal  (spectral 
density  proportional  to  If  |    )  imbedded  in  white 
noise  (spectral  density  proportional  to  |f|^).  The 

same  filter  was  shown  to  be  still  optimum  for 

i    i  3 

spectral  densities  proportional  to    f        for  the 
signal  and  |f|~*  for  the  noise. 

Application  of  the  above  filter  to  the 
appropriate  linear  combination,  defined  through 
correlation  properties,  of  NSS  and  WWVL  signals 
showed  an  improvement  of  15  dB  in  the  rms  day- 
to-day  phase  fluctuations.    The  day-to-day  rms 
time  deviations  were  about  70  ns  on  the  final 
results.     The  output  estimate  of  the  filter,  com- 
pared with  portable  clock  measurements,  gave  a 
disparity  of  the  order  of  the  final  output  noise. 

The  experiment  provided  an  opportunity  to 
determine  if  there  is  an  effect  of  mass  on  fre- 
quency and  within  the  uncertainties  of  the  experi- 
ment a  null  result  was  obtained. 


age  & 

Ann.  Symp.  on  Freq.  Contr.,  (U.S.  Army 
.J.,  May  6-8,  1969).    pp.  248  (May  1969) 
-248 


Short-term  Frequency  Stability: 

Characterization,  Theory,  and  Measurement 

E.  J.  Baghdady,  R.  N.  Lincoln,  and  B.  D.  Nelin  1 

An  analysis  is  first  presented  of  the  manner  in  which  oscillator 
short-term  instabilities  limit  performance  in  a  number  of  applications. 
This  analysis  provides  guidelines  for  theoretical  formulations,  the  defini- 
tion of  "short-term  stability"  and  the  development  of  measurement  tech- 
niques for  characterizing  short-term  instabilities.  The  factors  that  affect 
short-term  stability  are  then  discussed,  and  basic  models  for  theoretical 
analysis  are  formulated.  The  models  are  used  in  investigations  of  the 
characteristics  of  outputs  of  "stable"  sources.  Measurement  techniques 
are  proposed  and  compared  with  techniques  employed  by  other 
investigators. 

Proc.  IEEE,  53,  No.  7,  704-722  (July  1965). 

Manuscript  received  Dec.  8,  1965  ;  revised  March  28,  1965. 
1  Adcom,  Inc.,  Cambridge,  Mass.    02139,  U.S.A. 


Some  Aspects  of  the  Theory  and  Measurement  of 
Frequency  Fluctations  in  Frequency  Standards 

L.  S.  Cutler  1  and  C.  L.  Searle  2 

Precision  quartz  oscillators  have  three  main  sources  of  noise  con- 
tributing to  frequency  fluctuations:  thermal  noise  in  the  oscillator,  addi- 
tive noise  contributed  by  auxiliary  circuitry  such  as  AGC,  etc.,  and  fluctu- 
ations in  the  quartz  frequency  itself  as  well  as  in  the  reactive  elements 
associated  with  the  crystal,  leading  to  an  type  of  power  spectral 
density  in  frequency  fluctuations.  Masers  are  influenced  by  the  first  two 
types  of  noise,  and  probably  also  by  the  third. 

The  influence  of  these  sources  of  noise  on  frequency  fluctuation  vs. 
averaging  time  measurements  is  discussed.  The  /_1  -spectral  density  leads 
to  results  that  depend  on  the  length  of  time  over  which  the  measure- 
ments are  made.  An  analysis  of  the  effects  of  finite  observation  time  is 
given. 

The  characteristics  of  both  passive  and  active  atomic  standards 
using  a  servo-controlled  oscillator  are  discussed.  The  choice  of  servo 
time  constant  influences  the  frequency  fluctuations  observed  as  a  func- 
tion of  averaging  time  and  should  be  chosen  for  best  performance  with  a 
given  quartz  oscillator  and  atomic  reference. 

Proc.  IEEE,  54,  No.  2,  136-154  (February  1966). 

Manuscript  received  Oct.  11,  1965;  revised  Dec.  1,  1965. 
1  Physical  Research  Laboratory,  Hewlett-Packard  Co.,  Palo  Alto,  Calif.  95050,  U.S.A. 

3  Dept.  of  Elec.  Eng.  and  the  Res.  Lab.  of  Elect.  Mass.  Institute  of  Technology,  Cambridge,  Mass.  02139. 
U.S.A. 
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SOME  STATISTICAL  PROPERTIES  OF  LF  AND  VLF  PROPAGATION 


D.   W.  Allan  and  J.  A.  Barnes 
National  Bureau  of  Standards 
Boulder,  Colorado 

A  statistical  analysis  has  been  conducted  on  the  daytime  phase 
fluctuations  of  the  standard  frequency  and  time  Radio  Stations  WWVB 
(60  kHz)  and  WWVL  (20  kHz)  as  received  at  Palo  Alto,  California,  and 
of  WWVB  as  received  at  NRC,  Ottawa,   Canada.     The  analysis  techni- 
que allows  a  meaningful  determination  of  the  low  frequency  spectral 
density,  of  the  variance  of  the  phase  and  frequency  fluctuations,  and 
of  some  cross-correlations.     The  analysis  techniques  used  are  appro- 
priate for  commonly  encountered  non- stationary  as  well  as  stationary 
noise  processes. 

The  results  of  the  analysis  yielded  a  spectral  density  of  the 
time  fluctuations  proportional  to  the  reciprocal  spectral  frequency 

(S^_  (co)  =  n  r- ,  flicker  noise)  for  the  propagation  noise  on  both  WWVL 

and  WWVB0.'    The  value  of  h  was  equal  to  7.  9  X  10"14  s2  for  WWVL 
and  2.2  X  10"14  s2  for  WWVB  for  the  Palo  Alto  path,  and  h  was 
4.  4  X  10-14  s2  for  WWVB  over  the  Ottawa  path.     For  flicker  noise 
phase  modulation,  a  good  model  of  the  standard  deviation  of  the 
fractional  frequency  fluctuations  is:    a  =  k  | t j  ~     where  t  is  the 
sample  time  in  days.     The  values  of  k  were  2.4  X  10-11  days  for 
WWVL  and  1.2  X  10"11  days  for  WWVB  over  the  Palo  Alto  path  and 
1.  8  X  10"11  days  for  WWVB  over  the  Ottawa  path. 

A  cross-correlation  coefficient  of  -0.  6  was  found  between 
WWVL  and  WWVB  for  the  Palo  Alto  path.    A  linear  combination  of  the 
two  transmissions  improved  the  flicker  noise  level  by  a  factor  of  11.  5 
over  WWVL  and  by  a  factor  of  2.  7  over  WWVB,   allowing  a  precision 
of  frequency  measurement  of  1  X  10-12  for  a  nine  day  average  any 
time  of  the  year  and  of  1  X  10"12  for  a  five  day  average  over  the  sum- 
mer months. 


Reprinted  (with  revisions  —  August  1967)  from: 
Abstracts  of  Papers  Presented  at  the  XHIth  AGARD-EWP  Symp. 
Phase  and  Frequency  Instability  in  Electromagnetic  Wave  Propagation 
(Ankara,  Turkey,  October  9-12,   1967),  p.    16  (1967) 

Paper  to  be  published  in: 
AGARD  Conference  Proc.   No.  33 
Phase  and  Frequency  Instability  in  Electromagnetic  Wave  Propagation 
Davies,  Editor,  Chap.    1 5  (Technivision  Services,  Slough,  England  —  in  press) 
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Clock  Error  Statistics  As  A  Renewal  Process 
G.  E.  Hudson   and   J.  A.  Barnes 


A  model  ensemble  specifying  the  distribution  of  clock  readings 
about  their  average  is  given  which  leads  to  an  integral  equation  of 
renewal  type.    Renewal  processes  are  often  described  by  the  random 
times  of  replacement  of  mechanical  or  electrical  components.    In  our 
case,  clocks  in  the  ensemble  may  repeatedly  read  correctly  and  "renew" 
themselves.    Solutions  of  the  equation  are  discussed  and  are  related  to 
other  error  statistics. 

Proc.  22nd  Ann.  Symp.  on  Freq.  Contr.  (U.S.  Army  Electronics 
Command,  Ft.  Monmouth,  New  Jersey— April  22- 24,  1968),  384-418 
(1968). 
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5.  SELECTED  FREQUENCY  AND  TIME  REFERENCES 


January  I960    February  1970 

BYRON  E.  BLAIR 

The  following  selected  papers  are  books,  written  by  both  NBS  and  non-NBS 
authors,  are  categorized  by  various  sub-topics  within  the  general  area  of 
frequency  and  time.    This  is  not  an  exhaustive  listing,  and  many  good  books 
and  papers  have  been  excluded;  on  the  other  hand,  we  list  both  elementary  and 
advanced  work.    Objectives  of  the  listing  include:    introduction  of  frequency 
and  time  aspects  to  readers  unfamiliar  to  the  field;  availability  of  the  publica- 
tions to  the  general  public;  documentation  of  some  important  studies,  showing 
both  scope  and  worldwide  extent  of  frequency  and  time  work  over  the  past 
decade;  and  lastly,  a  call  of  attention  to  advanced  research  being  actively 
pursued  or  considered  today. 

This  compilation  supplements  the  papers  given  in  the  previous  four  sections, 
and  we  would  encourage  the  reader  also  to  consult  the  many  excellent  refer- 
ences listed  there.    In  many  cases  we  have  selected  review  papers,  summaries 
of  relevant  work,  and  recent  publications;  these,  in  turn,  usually  reference 
earlier  work  in  the  field.    Papers  showing  a  CFSTT  notation  are  available  from 
the  Clearinghouse  for  Federal  Scientific  and  Technical  information  as  follows: 

National  Technical  Information  Service 
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To  aid  in  the  location  of  the  source  material,  there  has  been  a  vigorous  attempt 
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assistance  of  Mrs.  Carol  Wright  in  typing  these  selected  references  is  gratefully 
acknowledged. 
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5.1„  Frequency  and  tine  standards 

a.  Atomic  oscillators,  clocks 

b.  Crystal  oscillators 

c.  Frequency  stability 

d.  Portable  frequency  standards,  clocks 

e.  Time  scales,  time 

f.  Other 

5. 2,   Dissemination  of  frequency  and  time 

a.  Radio  broadcasting 

(1)  Systems  (including  navigation) 

LF  (WWVB,  Loran  C) 

IOraega 
Navy  VLF  Stations 
WWVL 

(2)  Propagation  factors 

(a)  HF 

(b)  LF 

(c)  VLF 

b.  Other  means  of  dissemination 

(1)  Portable  clocks 

(2)  Satellites 

(3)  Telephone  lines/cables 
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5.4.  Frequency  and  time  measurement 

a.  Computer  program  analysis 

b.  Standards  of  measurement 

c.  Statistical  analysis/measurement  techniques 

5.5.  Advanced  frequency  and  time  research 
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Aircraft  collision  avoidance  system  (ACAS) 
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Aircraft  flyover 
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Communications  (deep  space  tracking) 
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Long  base  interf erometry 
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Meteor  trail 
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Moonbounce 
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Pulsars 

h. 
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Other 

5 . 6 ,  National-International  coordination  of  frequency 
and  time 

5.7.  General  references 


525-1 


5.1.    Frequency  and  Time  Standards 


[1]     BASOV,  N.  G. ,  and  LETOKHOV ,  V.  S.,  "Optical  fre- 
quency standards,"  (translated  from  USPEKHI 
FIZICHESKIKH  NAUK. ,  vol.   96,  December  1969), 
SOVIET  PHYSICS — USPEKHI,  vol.   11,  no.   6,  pp. 
855-880  (American  Inst,  of  Phys. ,  New  York, 
N.Y.,  10017,  May- June  1969). 

[2]     ERMAKOV,  V.   I.,  PUSHKIN,  S.  B . ,  and  SACHKOV, 

V.  I,,  "State  standard  of  time  and  frequency," 
(translated  from  IZMERITEL' NAYA  TEKHNIKA,  no. 
11,  November  1967),  MEAS.   TECH.    (USSR),  pp. 
1344-1354  (Consultants  Bureau,  New  York,  N.Y. , 
10011,  November  1967) . 

[3]     HELLWIG,  H. ,  "The  hydrogen  storage  beam  tube — 

a  proposal  for  a  new  frequency  standard,"  METRO- 
LOGIA,  vol,   6,  no.  2,  (April  1970)   (in  press). 


[4] 


"Areas  of  promise  for  development 


of  future  primary  frequency  standards,"  PROC. 
24th  ANN.  SYMP.  ON  FREQUENCY  CONTROL  (Uv5»  Aruy 
Electronics  Command,  Ft.  Monmouth,  N,J.,  07703, 
April  27-29,  1970) (in  press). 


[5]     HEWLETT-PACKARD  STAFF,   Frequency  and  Time 

Standards ,  APPL.  NOTE  52,  91  pages   (H-P, Palo 
Alto,  California,  94304,  November  1965)'. 

[6]     NICHOLSON,  W. ,  and  SADLER,  D. ,  "Atomic  standards 
of  frequency  and  the  second  of  ephemeris 
time,"  NATURE,  vol.  210L,  no.  5032,  p.  187 
(April  9,  1966). 

[7]     REDER,  F.  H. ,  "Atomic  frequency  control — 

achievements  and  problems,"  FREQUENCY ,  vol.  1, 
no.  5,  pp.  32-45  (July-August  1963). 

[8]     RICHARDSON,  J.  M. ,  and  BROCKMAN,  J.   F. ,  "Atomic 
standards  of  frequency  and  time,"  THE  PHYS. 
TEACHER,  vol.  4,  no.  6,  pp.  247-256  (September 
1966) . 

[9]     RILEY,  W,  J.,  "Characteristics  of  precision 
frequency  sources,"  GEN.  RADIO  FREQ. /TIME 
NOTEBOOK,  no.  1,  7  pages  (August  1967). 


Atomic  oscillators,  clocks 


[10] 


BAN GUAM,  M. ,  "Hydrogen  maser  work  at  the 
National  Physical  Laboratory,"  PROC.  COLLOQUE 
INTERNATIONAL  DE  CHRONOMETRIE  (International 
Horological  Symp. ,  Paris,  France,  Sept.  16-20, 
1969),  Paper  A7,  12  pages  (Nouvelle  Faculte  des 
Sciences,  11,  Quai  St.,  Paris,  (5°),  France, 

1969)  . 

[11]    BARNES,  J.  A.,  "Frequency  measurement  errors  of 
passive  resonators  caused  by  frequency  modu- 
lated exciting  signals,"  IEEE  TRANS,  on 
INSTRUM.   AND  MEAS.,  vol.   IM-19,  no.   3  (August 

1970)  (in  press) . 

[12]  CHI,  A.   R. ,  MAJOR,  F.  G. ,  and  LAVERY,  J.  E. , 
"Frequency  comparison  of  five  commercial 
cesium  standards  with  a  NASA  experimental 
hydrogen  maser,"  PROC.  IEEE  (LTR) ,  vol.  58, 
no.    1,  pp.    142-143  (January  1970). 

[13]   ELKINA,  L.  P.,  ELKIN ,  G.  A.,  and  STRAKHOVSKII , 
G.  M. ,  "Measurement  of  the  frequency  drift  of 
a  hydrogen  standard  owing  to  atomic  impacts  on 
the  flask  wall ,"( trans lated  from  IZMERITEL 'NAYA 
TEKHNIKA,  no.  6,  June  1968),  MEAS.  TECH. 
(USSR),  pp.  841-842  (Consultants  Bureau,  New 
York,  N.Y.,  10011,  June  1968). 

[14]  ESSEN,  L. ,  and  SUTCLIFFE,  D.  S.,  "Improvement 
to  the  National  Physical  Laboratory  atomic 
clock,"  NATURE,  vol.  223,  no.  5206,  pp.  602- 
603  (August  9,  1969). 

[15]  HELLWIG,  H.,  "Untersuchung  der  f requenzgenauig- 
keit  des  ammoniakmasers  auf  der  3-2-linie," 
(Investigation  of  the  frequency  stability  of 
the  ammonia  maser  on  the  3-2  line) ,  Z.  ANGEW. 
PHYS.,  vol.  21,  no.  3,  pp.  250-255  (1966). 

[16]   ,  and  PANNACI ,  E. ,  "Maser  oscilla- 
tions with  external  gain,"  J.  of  APPL.  PHYS., 
vol.  39,  no.   12,  pp.  5496-5498  (November  1968). 


[17]  HELLWIG,  H,  ,  "Hydrogen  spin  exchange  frequency 
shifts,"  NAT.  BUR.  STAND.    (U.S.)  TECH.  NOTE 
387,  13  pages,   (USGPO,  in  press). 


[18] 


 ,  VESSOT,   R.   F.  C. 

ZITZEWITZ,  P .  W.,  PETERS,  H. 


,  LEVINE,  M. , 
E.,  ALLAN,  D.  W. , 


and  GLAZE,  D.  J.,  "Measurement  of  the  unper- 
turbed hydrogen  hyperfine  transition  frequency," 
CPEM  DIGEST  (1970  Conf.  on  Precision  Electro- 
magnetic Meas.,  Boulder,  Colo.,  80302,  June 
2-5,  1970),  2  pages  (in  press). 

[19]  HIBBARD,  L.  U.,  "The  hydrogen  maser  as  an 

Australian  frequency  standard,"  PROC.  I.R.E.E. 
(Australia)  vol.  28,  no.  12,  pp.  453-461 
(December  1967) . 

[20]  LACEY,  R.  F. ,  "Thallium  beam  frequency  stand- 
ards," METROLOGIA,  vol.  3.,  no.  3.,  pp.  70-78 
(July  1967). 

[21]   MENOUD,  CH.,  and  RACINE,  J.,  "Resultats  nouveaux 
obtenus  avec  les  masers  a  hydrogene  H2  et  113 
du  LSRH,"   (New  results  obtained  with  the  LSRH 
hydrogen  masers,  H2  and  H3) ,  PROC.  COLLOQUE 
INTERNATIONAL  DE  CHRONOMETRIE  (International 
Horological  Symp.,  Paris,  France,  Sept.  16-20, 
1969),  Paper  A8,  13  pages  (Nouvelle  Faculte  des 
Sciences,  11,  Quai  St.,  Paris,   (5°),  France, 
1969)  . 

[22]   MUNGALL ,  A.  G. ,  BAILEY,  R. ,  DAAMS ,  H. ,  and 
MORRIS,  D. ,  "A  re-evaluation  of  the  N.R.C. 
long  cesium  beam  frequency  standard," 
METROLOGIA,  vol.  4.,  no.  4,  pp.   165-168  (Octo- 
ber 1968). 

[23]   PETERS,  H.  E.,  JOHNSON,  E.  H. ,  and  McGUNIGAL, 
T.  E.,  "NASA's  atomic  hydrogen  standards," 
PROC.  COLLOQUE  INTERNATIONAL  DE  CHRONOMETRIE 
(International  Horological     Symp.,  Paris, 
France,  Sept.   16-20,  1969),  Paper  A6 ,  29  pages 
(Nouvelle  Faculte  des  Sciences,  11,  Quai  St., 
Paris,   (5°),  France,  1969). 


526-2 


[24]  RAMSEY*  N,  F. ,   "The  atomic  hydrogen  maser, 

AMFR,  SCI,,  vol.  46,  no,  4,  pp.  420-438  (Winter 
1968). 

[25]   KISI.EY,  A,   Sv,  et  al,,  "Long  tern  frequency 

stability  of  a  NASA  prototype  hydrogen  maser," 
CPF.M  DIGEST  (1970  Conf.  on  Precision  Electro- 
magnetic Meas.,  3oulder,     Colo.,  80302,  June  2- 

5,  1970),  2  pages  (in  press). 

[26]  STEINER,  C,  "Atomic  clocks,"  Parts  I,  II,  and 
III,  FREQUENCY,  vol.   6,  no.   3,  pp.   29-38;  vol. 

6,  no.  4,  pp.  20-24;  vol.  6,  no.   5,  pp.  25-33 
(March,  April,  Hay  1968). 


[27]  THRONE,  0.  II.  ,  "A  report  on  the  performance 

characteristics  of  a  new  rubidium  vapor  fre- 
quency standard,"  FREQUENCY  TECHNOL.,   vol.  8, 
no.   1,  pp.  16-19  (January  1970). 

[28]   VESSOT,   R.F.C.,  LEVINE,  M.  W. ,  CUTLER,  L.  S., 

BAKER,  M.  R.,  and  MUELLER,  L.  F. ,  "Progress  in 
the  development  of  hydrogen  masers,"  FREQUENCY, 
vol.  6,  no.   7,  pp.   11-17  (July  1968). 


b.     Crystal  oscillators 


[29]   ADAMS ,  C,  KUSTERS,  J.,  and  BEN  JAMINSON ,  A., 

"Measurement  techniques  for  quartz  crystals," 
FREQUENCY,  vol.   6,  no.   3,  pp.   22-25  (August 
1963)  . 

[30]  GERBER,  E.  A.,  and  SYKES ,  R.  A.,  "Quartz  fre- 
quency standards,"  PR0C,  IEEE,  vol.  55,  no.  6, 
pp.   733-791  (June  1967). 


[31]   II0RT0N,  W.  II.  ,  and  BOOR,  S.   3.,  "Comparison  o* 
crystal  measurement  equipment,"  PROC.  19th 
ANN.  SYMP,  ON  FREQUENCY  CONTROL  (U.S.  Army 
Electronics  Command,  Ft.  Monmouth,  N.J.  07703, 
ADril  20-22,  1965),   (AD-471  229),  pp.  436-467 
(CFSTI.  1965). 

[32]  SIMON,  E. ,  "Long-term  frequency  stability  of 

crystal  oscillators,"  U.S.  ARMY  ELECTRON.  COM- 
MAND REP.  NO.  EC0M-2787,  29  pages  (Ft.  Monmouth, 
N.J.,  07703,  December  1966). 


c.  Frequency  stability 


[33]  CHI,  A.  R.   (Chairman).  Proc.  IEEE- NASA  Svmp.  on 
Short-Term  Frequency  Stability.   (Goddard  Space 
Flight  Center,  Greenbelt,  Md.,  20771,  Nov.  23- 
24,  1964),  NASA  REP.  NO.  SP-80,  317  pages 
(USGPO,  1965). 

[34]  ______  (Editor),  Special  Issue  on  Frequency 

Stability,  PROC,  IEEE,  vol, 54,  no,   2,  pp„101- 
280  (February  1966). 

[35]  .  et  al.,  "Long-term  frequency  stabil- 

ity measurement  of  rubidium  gas  cell  frequency 
standards,"  PROC.   22nd  ANN.  SYMP.  ON  FREQUENCY 
CONTROL  (U.S.  Army  Electronics  Command,  Ft. 
Monmouth,  N.J.,  07703,  April  22-24,  1968), 
(AD-844  911),  pp.  592-604  (CFSTI,  1968). 


[36]  CUTLER,  L.S.,  "Present  status  in  short  term 

frequency  stability,"  FREQUENCY,  vol.  5,  no.  5, 
pp.   13-15  (September-October  1967). 

[37]  LACEY,  R.  F. ,  HELGESS0N,  A.  L. ,  and  HOLLOWAY , 

J.  H, ,  "Short-term  stability  of  passive  atomic 
frequency  standards,"  PROC.  IEEE,  vol.  54,  no. 
2,  pp.   170-176  (February  1966). 

[38]  STRATEMEYER,     II.  P.,  "The  stability  of  standard- 
frequency  oscillators,"  GEN.  RADIO  EXP.,  vol. 
38,  no.  6,  16  pages  (June  1964), 

[39]  VAN  DUZER,  V.,  "Short-term  stability  measure- 
ments," Proc.  IEEE-NASA  Symp.  on  Short-Term 
Frequency  Stability.   (Goddard  Space  Flight 
Center,  Greenbelt,  Md. ,  20771,  Nov.  23-24, 

1964)  ,  NASA  REP.  NO.  SP-80,  pp.  269-272  (USGPO, 

1965)  . 


Portable  frequency  standards,  clocks 


[40]  BODILY,  L.  N.,  "Performance  characteristics  of  a 
portable  cesium  beam  standard,"  PROC.  20th  ANN. 
SYMP.  ON  FREQUENCY  CONTROL  (U.S.  Army  Electron- 
ics Command,     Ft.  Monmouth,  N.J.  ,  07703,  April 
19-21,  1966) .(AD-800  523),  pp.  448-463  (CFSTI, 
1966)  . 


e.  Time  scales,  time 


ALLAN,  D.  W.,  GRAY,  J.  E. ,  and  MACHLAN ,  H.  E., 
"The  NBS  atomic  time  scale  system:  AT(NBS) , 
SAT(NBS) ,  and  UTC(NBS) ,"  PROC.   24th  ANN.  SYMP. 
ON  FREQUENCY  CONTROL  (U.S.  Army  Electronics 
Command,  Ft. ,Mnnmouth,  N.J.,     07703,  April  27- 
29,  1970) (in  press) . 


[42]  BIPM  (International  Bureau  of  Weights  and  Meas- 
ures) ,  "Changement  de  la  definition  de  la 
seconde,"  (Change  of  the  definition  of  the 
second)  ,  Comptes  Rendus  des  Seances  de  la 
Triezieme  Conference  Generate  Pes  Poids  et 
Mesures .  (Proc.  Meet,  of  13th  General  Conf,  of 
Weights  and  Measures,     October  10-16,  1967; 
October  15,  1968,  Paris,  France)  ,  pp. 58-60 ;  Unit 
of  time  (second)   resolution,     p.   103  (Gauthier- 
Villars  &  Cie,  Paris,  France,  1969). 


527-3 


[43]  CIPM  (International  Committee  of  Weights  and  [45] 
Measures) ,  Comite  Consultatif  pour  La  Defini" 
tion  de   la     Seconde   (Consultative  Committee  for 
the  Definition  of  the  Second),  3e  Session- 1963 , 
72  pages;  4e  Session-1967 ,  29  pages  (Gauthier- 
Villars  &    Cie,  Paris,  France,  1964;  1968). 


KARTASCHOFF,  P.,  and  BRANDENBERGER,  H. ,  "A  digi- 
tal servo  for  frequency  and  time  scale  conver- 
sion," PROC.   20th  ANN.  SYMP.  ON  FREQUENCY 
CONTROL  (U.S.  Army  Electronics  Command,  Ft. 
Monmouth,  N.J.,  07703,  April  19-21,  1966), (AD- 
800  523),  pp.  577-586  (CFSTI ,  1966). 


[44]  ESSEN,  L.,  "A  revolution  in  time-keeping,"  Proc.  [46] 
of  Conf.  on     Freq .  Generation  and  Control  for 
Radio  Syst.   (C.  E,     Tate,  Chairman,  London, 
England,  May  22-24,  1967)  INST.  ELEC.  ENG. 
(London)  CONF.  PUBL.  NO.  31,  pp.   11-15  (Savoy  [47] 
Place,     London,  England,  1967). 


KHALFIN ,  L.  A.,  "A  fundamental  method  for  meas- 
uring time,"  SOVIET  PHYS.  JETP,  vol.   12,  no.  2, 
pp.  353-354  (February  1961). 

SIMKIN,  G.  S.,  "Establishment  of  a  single  time 
and  length  standard,"  (translated  from  IZMERI- 
TEL'NAYA  TEKHNIKA,  no.   11,  October  1968),  MEAS . 
TECH,    (USSR),  pp.   1308-1314  (Consultants 
Bureau,  New  York,  N.Y.,  10011,  October  1968). 


f.  Other 

[48]  GOULD,  G.,  "Laser  frequency  standards,"  FRE- 
QUENCY, vol.   1,  no.  6,  pp.   14-16  (September- 
October  1963). 

5.2.    Dissemination  of  Frequency  and  Time 


[49]  BEGLEY,  W.  W. ,  and  SHAPIRO,  A.  H.,  "Aspects  of 
precision  timing  systems,"  Aerospace  Corp.  (El 
Segundo,  Calif .), (AD-695  458),  115  pages 
(CFSTI,  October  1969). 

[50]  GARDNER,  R.  R. ,  "Time  and  coordinate  system 
studies,"  Mitre  Corp.   (Bedford,  Mass.),  REP. 
NO.   TM-04059, (AD-615  034),  110  pages  (CFSTI, 
March  1965). 

[51]  JESPERSEM,  J.  la,,  "A  survey  of  time  and  frequency 
dissemination  techniques,  PROC.  24th  ANN.  SYMP. 
ON  FREQUENCY  CONTROL  (U.S.  Army  Electronics 
Command,  Ft.  Monmouth,  N.J.,  07703,  April  27- 
29,  1970) ,(in  press). 

[52]  RADIO  SCIENCE,     Cumulative  Tables  of  Contents 
(1959-1967)  and  Contents,  vol.  3  (New  Series), 
January  through  December,  1968,  RADIO  SCI., 
vol.  3  (New  Series),  no.  12,  pp.  1184-1200; 
I-IX  (USGPO,  December  1968). 


[53]  RADIO  SCIENCE,  Contents  of  1969  Volume,  RADIO 

SCI.,  vol.  4,  no.  12,  pp.   1389-1397  (Amer.  Geo- 
phys.  Union  (ACU) ,  Washington,  D.C.,  20037, 
December  1969).     NOTE:     RADIO  SCI.  contains 
many  excellent  papers  relating  to  frequency  and 
time  dissemination  by  radio  signals. 

[54]  SPERRY  GYRO.  CO.  STAFF,  "Study  of  methods  for 
synchronization  of  remotely  located  clocks," 
REP.  NO.  HP  9224-0234,  NASA  CR-738, (N6 7-19896) , 
206  pages  (USGPO,  March  1967). 

[55]  WINKLER,  G.M.R.,  "World-wide  time  review,"  DOT/ 
FAA  Meet,  on  Utilization  of  Time/Frequency  in 
Collision  Avoidance  Systems  (CAS) .  (FAA,  Wash- 
ington, D.C.,  20590,  August  27-28,  1968), (AD- 
681  881),  pp.  111-124  (CFSTI,  1968). 

[56]  WITT,  S.  N. ,  JR.,  "Design  guidelines  for  fre- 
quency standard  and  distribution  systems," 
FREQUENCY,  vol.  2,  no.   1,  pp.  32-33  (January- 
February  1964) . 


a.     Radio  broadcasting 


[57]  BEERS,  Y.,  "WWV  moves  to  Colorado,"  Parts  I  and 
II,  QST,  vol.  LI,  no.   1,  pp.  11-14  (January 
1967);  vol.  LI,  no.  2,  pp.  30-36  (February 
1967) . 

[58]  B0NAN0MI,  J.,  CHASLAIN,  CI.,  and  RENTSCH,  E., 
"Le  service  horaire  HBG,  experiences  et 
resultats  apres  3  annees  d'exploitation,"  (The 
Hourly  Service  HBG,  Experiences  and  Results 
after  3  Years  of  Operation),  PROC.  COLLOQUE 
INTERNATIONAL  DE  CH RON OME TRIE  (International 
Horological  Symp. ,  Paris,  France  (September 
16-20,  1969),  Paper  A23,  6  pages  (Nouvelle 
Faculte  des  Sciences,  11,  Quai  St.,  Paris, 
(5°),  France,  1969). 

[59]  C.C.I.R.,  Documents  of  the  Xlth  Plenary  Assem- 
bly. (Oslo,  Norway,  1966),  vol.  3  (standard 
frequencies  and  time  signals) ,  pp.  281-324 
(Int.  Telecommun.  Union,  Geneva,  Switzerland, 
1967)  . 


[60]   CREIGHTON,  J.  L. ,  and  WASE,  A.E.N. ,  "The  new 

very-low-frequency  transmitter  at  Rugby  radio 
station,"  POST  OFFICE  ELEC.  ENC.  J.  (London), 
vol.     61,  part  4,  pp.  232-237  (January  1969). 

[61]  GOULD,  R.  N.,  and  CARTER,  W.  R. ,  "Very  low  fre- 
quency electromagnetic  waves,"  WIRELESS  'WORLD, 
vol.  68,  no.  4,  pp.   186-190  (April  1962). 

[62]  PALIY,  G.  N. ,  "Transmission  of  standard  fre- 
quency using  a  broadcasting  station,"  (trans- 
lated from  I ZME RI TEL ' NAY A  TEKHNIKA,  no.  11, 
November  1967),  MEAS.  TECH.    (USSR),  pp.  428- 
431  (Consultants  Bureau,  New  York,  N.Y.  ,  10011, 
November  196  7) . 

[63]  STEELE,  J.  McA. ,  "Standard  frequency  transmis- 
sions," WIRELESS  WORLD,  vol.   73,  no.   9,  pp. 
443-448  (September  1967). 


528-4 


[64]  STONE,  R. ,  JR.,  "Frequency  control  of  Navy  VLF 
stations,"  REP.  of  NRL  PROGR.   (U.S.  Naval  Res. 
Lab.,  Washington,  D.C.,  20390),  pp.  8-16 
(CFSTI,  February  1967). 

[65]  SUSS ,  R. ,  "The  generation  of  time  measurement 
markers,"  NTZ  COMMUN.  J.   (PROC.  NACHRICH- 
TENTECHNISCHE  GESELLSGIAFT  -VDE) ,  vol.   5,  no. 6, 
pp.  249-256  (1966). 


[66]  WINKLER,  G.M.R.,  "USNO  time  service  announce- 
ments," (U.S.  Navy  transmission  changes,  phase 
values,  schedules  of  standard  time  and  fre- 
quency broadcas ts) , (U.S .  Naval  Observatory, 
Washington,     D.C. ,  20390). 


(1)  Systems  (including  navigation) 


[67]  BR0C0EN,  J.  W. ,  "The  OMEGA  navigation  system," 
NAVIGATION,  vol.  15,  no.  2,  pp.  115-118  (Sum- 
mer 1968). 

[68]  CROMBIE,  0.  D. ,  "The  effect  of  waveguide  disper- 
sion on  VLF  timing  systems,"  IEEE  TRANS. on  AN- 
TENNAS AND  PROPAGATION,  vol.  AP-15,  no.   2,  pp. 
322-323  (March  19b7). 

[69]  HARTLEY,  H.  F. ,  "Analysis  of  some  techniques 

used  In  modern  LF-VLF  radiation  6ystems,"  IEEE 
TRANS,  on  COMMUN .  TECUNOL. ,  vol.   COM-16,  no.  5, 
pp.  690-700  (October  1968). 

[70]  LACY,  E.  A.,  "OMEGA  -  a  VLF  radionavigation  sys- 
tem," ELECTRON.  WORLD,  vol.   82,  no.   6,  pp.  47- 
49,  69  (December  1969). 

[71]  PIIIPPS,  C.  R.  ,  JR.,  "OMEGA-system  synchroniza- 
tion in  the  absolute  mode  of  operation,"  NAVAL 
ELECTRON.  LAB.  CENTER  RES.  REP.  1544,  32  pages 
(NELC,  Command  Control  and  Commun. ,  San  Diego, 
Calif.,  92152,  March  1968). 


[72]  PIERCE,  J.  A.,  "OMEGA,"  IEEE  TRANS ,  on  AEROSP. 

and  ELECTRON.  SYST. ,  vol.  AES-1 ,  no.  3,  pp. 206- 
215  (December  1965). 


[73]  SHAPIRO,  L.   D. , 
vol.  3,  no.  2, 


"L0RAN-C  timing,"  FREQUENCY, 
pp.  32-37  (March-April  1965). 


[74]  STRINGER,  F.  S.,  "Hyperbolic  radio  navigation 
systems,"  WIRELESS  WORLD,  vol.  75,  no.  1406, 
pp.  353-357  (August  1969). 

[75]  TATE,  C.  E. ,   (Chairman),  Proc.  of  Conf.  on  Freg. 

Generation  and     Control  for  Radio  Syst.  (London, 
England,  May  22-24,  1967),  INST.  ELEC.  ENG. 
(London)  CONF.  PUBL.  NO.  31,  191  pages  (Savoy 
Place,  London,  1967). 

[76]  THOMAS,  G. ,  "Etude  et  realisation  d'un  oscilla- 
teur  asservi    a  la  phase  d'une  onde  e'talon 
periodiquement  interrompue ,"  (Design  and  con- 
struction of  an  oscillator  phase  controlled  by 
by  a  standard  transmission  periodically  inter- 
rupted) ,  L' ONDE  ELECTRIQUE,  vol.  46,  no.  474, 
pp.   986-988  (September  1966). 

[77]  WATT,  A.  D. ,  VLF  todio  Engineering,  701  pages 
(Pergamon  Press,  Inc.,  Long  Island  City,  N.Y. , 
11101,  1967). 


(2)  Propagation  factors 


[78]  BELROSE,  J.  S.,  "The  lower  ionosphere  -  a  re- 
view," Proc.  Conf.  on  M.F. .  L.F.  and  V.L.F. 
Radio  Propagation  (W.  T.  Blackband,  Chairman, 
London,  England,  November  8-10,  1967),  INST. 
ELEC.  ENG.    (London),  CONF.  PUBL.  NO.   36,  pp. 
331-338  (Savoy  Place ,  London,  England,  1967). 

[79]  BLACKBAND,  W.  T.   (Editor),     Propagation  of  Radio 
Waves  at  Frequencies  Below  300  Kc/'s,   (Proc,  7th 
Meet,  of  the  AGARD  Ionos.  Res.  Comm.,  Munich, 
Germany,  1962),  478  pages  (Pergamon  Press,  Ltd. 
Oxford,  England,  1964). 


[84]  CHILTON,  C.   J.,  CROMBIE,  D.  D. ,   and  JEAN,  A.  G. , 
"Phase  variations  in  V.L.F.  propagation," 
(Chap.   19,   Propagation  of  Radio  Waves  at  Fre- 
quencies Below  300  Kc/s.  W.  T.  Blackband,  ed.), 
pp.  257-290  (Pergamon  Tress,  Ltd.,  Oxford, 
England,  1964). 


[85] 


[80] 


(.Chairman)  ,  Proc.  Conf.  on 


M. F. .  L.F.  and  V.L.F.  Radio  Propagation  (Lon- 
don, England,   November  8-10,  1967),  INST.  ELEC. 
ENG.   (London),  CONF.  PUBL.  NO.  36,  354  pages 
(Savoy  Place,  London,     England,  1967), 

[81]  BOVA,  N.  T. ,  LAIKHTMAN,  I.  B.,  and  MOLEBNYI ,  V. 
V.,  "Methods  of  measuring  group  velocity  and 
group  delay  time,"  (translated  from  IZVESTIYA 
VUZ.  RADI0TEK1INIKA,  vol.  8,  no.  4),  SOVIET 
RADIO  ENG.   (USSR),  pp.  276-284  (July/August 
1965)  . 

[82]   BRILLOUIN,  L. ,  Wave  Propagation  and  Group 

Velocity.  154  pages  (Academic  Press,  New  York, 
N.Y.,  10003,  1960). 

[83]  BUDDEN,  K.  G. ,  Radio  Waves  in  the  Ionosphere. 

542  pages  (Cambridge  University  Press,  London, 
England,  1961). 


[86] 


[87] 


[88] 


CROMBIE,  D.  D. ,  "The  waveguide  mode  propagation 
of  VLF  radio  waves  to  great  distances,"  (A  sur- 
vey) Proc.  Conf.  on  M.F..  L.F.  and  V.L.F.  Radio 
Propagation  (W.  T.  Blackband,  Chairman,  London, 
Eneland,  November  8-10,  1967),  INST.  ELEC.  ENG. 
(London),  CONF.  PUBL.  NO.  36,  pp.  133-153 
(Savoy  Place,  London,  England,  1967). 

DAVIES,  K. ,  Ionospheric  Radio  Propagation.  NAT. 
BUR.  STAND.    (U.S.)   MONOGR.   80,  470  pages  (USGPO, 
corrected  reprinting  November  1965) . 
NOTE :     Essentially  devoted  to  propagation  of  HF 
radio;  two  chapters  included  on  lower  frequency 
bands  (LF  and  VLF)  and  upper  frequency  band 
(VUF)  . 

Ionospheric  Radio  Waves.  460  pages 


(Blaisdell  Publishing  Co.,  Waltham,  Mass., 02154, 
1969)  . 

_______  (Editor)  ,  Phase  and     Frequency  Insta- 


bility in  Electromagnetic  Wave  Propagation. 
(AGARD-EWP  XIII  Symp. ,  Ankara,  Turkey,  October 
9-12,   1967),  AGARD  CONF.  PROC.  NO.   33,  K.Davies, 
Ed.   (Technivision  Services,  Slough,  England, in 
press) . 


529-5 


[89]  JOHLER,  J.  R. ,  "Propagation  of  an  electromag- 
netic pulse  from  a  nuclear  blast,"  IEEE  TRANS, 
on  ANTENNAS  AND  PROPAGATION,  vol.   AP-15,  no.  2, 
pp.  256-263  (March  1967). 


[91]  WAIT,  J.   R. ,  Electromagnetic  Waves  in  Stratified 
Media.   372  pages   (Pergamon  Press,  Inc.,  Long 
Island  City,  N.Y.,  11101,  1962). 


[90]   LAWRENCE,  R.  S.,  LITTLE,  C.  G. ,  and  CHI VERS, 

H.J. A.,  "A  survey  of  ionospheric  effects  upon 
earth-space  radio  propagation,"  PROC.  IEEE, 
vol.  52,  no.  1,  pp.  4-27  (January  1964). 


(a)     HF  propagation 


[92]  BOWHILL,  S.  A.,  "Diversity  effects  in  long  dis- 
tance high  frequency  radio  pulse  propagation," 
J.  RES.  MBS,  vol.  65D  (Radio  Propagation), 
no.  3,  pp.  213-223  (May- June  1961). 

[93]   DAVIES,  K. ,  and  BAKER,  D.  M. ,  "On  frequency 
variations  of  ionospherically  propagated  HF 
radio  signals,"  RADIO  SCI., vol.   1  (New  Series), 
no.  5,  pp.. 545-556  (May  1966). 

[94]   FENWICK,  R.  B.,  and  VILLARD,  0.  G. ,  JR.,  "A  test 
of  the  importance  of  ionosphere-ionosphere 
reflections  in  long  distance  and  around-the- 
world  high-frequency  propagation,"  J.  GEOPIiYS. 
RES.,  vol.  68,  no.  20,  pp.  5659-5666  (October 
1963). 

[95]  JULL,  G.  W. , "Short-term  and  averaged  character- 
istics of  nonreciprocal  IIF  ionospheric  paths," 
IEEE  TRANS .  on  ANTENNAS  AND  PROPAGATION,  vol. 
AP-15,  no.  2,  pp.  268-277  (March  1967). 


[96]  LOMAX,  J.  B.,  "High-frequency  propagation  dis- 
persion," Phase  and  Frequency  Instability  in 
Electromagnetic  Wave  Propagation.  (AGARD-EWP 
XIII  Syrup.,  Ankara,  Turkey,  October  9-12,1967), 
AGARD  CONF.  PROC.  NO.   33,  K.   Davies,  Ed. (Tech- 
nivision  Services,  Slough,  England,  in  press). 

[97]  TOMAN,  K. ,  "Ionospheric  phase-  and  group-path," 
J.  of  ATMOS.  and  TERR.  PHYS.,  vol.  29,  no.  8, 
pp.   1019-1023  (August  1967). 

[98]  _______  "Frequency  variations  of  an  oblique 

5  MHz  ionospheric  transmission,"  Phase  and  Fre- 
quency Instability  in  Electromagnetic  Wave 
Propagation.   (AGARD-EWP  XIII  Symp.,  Ankara, 
Turkey,     October  9-12,   1967),  AGARD  CONF.  PROC. 
NO.  33,  K. Davies,  Ed.   (Technivision  Services, 
Slough,  England,  in  press) . 

[99]  TREIIARNE,  R.  F.  ,  et  al.,  "Some  characteristics 

of  the  propagation  of  skywaves  over  short  iono- 
spheric paths,"  PROC.  I.R.E.E.  (Australia), 
vol.  26,  no.   8,  pp.  245-254  (August  1965). 


(b)  LF  propagation 


[100]  BERRY,  L.  A.,  "Wave  hop  theory  of  long  distance 
propagation  of  low-frequency  radio  waves," 
RADIO  SCI.,  J.   RES .  NBS/USNC-URSI ,  vol.  68D, 
no.   12,  pp.  1275-1284  (December  1964). 


[101]   JOHLER,  J.  R.,  "Propagation  of  the  low-fre- 
quency radio  signal,"  PROC.  IRE,  vol.  50, 
no.  4,  pp.  404-427  (April  1962). 


(c)     VLF  propagation 


[102]  ALPERT,  YA.  L. ,  and  FLIGEL,  D.  S.,  Propagation 
of  ELF  and  VLF  Waves  near  the  Earth.  172  pages 
(Plenum  Publishing     Corp.,  New  York,  N.Y., 
10011,  1970). 


[107]  CROMBIE,  D.  D. ,  "Further  observations  of  sun- 
rise and  sunset  fading  of  very-low-frequency 
signals,"  RADIO  SCI.,  vol.   1  (New  Series), 
no.   1,  pp.  47-51  (January  1966). 


[103]  BURGESS,  B.,  "Navigation  errors  using  Omega  at 
ranges  close  to  a  transmitter,"  PROC.  INST. 
ELEC.  ENG.   (London),  vol.   117,  no.   1,  pp.  51- 
55  (January  1970) . 

[104]  BURTT,  G.  J.,  "Observations  on  phase  stability 
of  signals  from  NBA  (18  kc/s)  Panama  as 
received  in  New  Zealand,"  PROC.   INST.  ELEC. 
ENG.    (London),  vol.   110,  no.   11,  pp.  1928- 
1932  (November  1963). 

[105]   CHILTON,  C.   J.,  MURPHY,  A.  C. ,  STEELE,  F.  K. , 
and  RADICELLA,  S.  M. ,  "The  normal  phase  vari- 
ations of  the  18  Kc/s  signals  from  N3A  ob- 
served at  Tucuman,  Argentina,"  INST.  ENVIRON. 
RES.  TECH.   REP.  IER  3-ITSA  3-6,  (PB-173  828), 
30  pages   (CFSTI,  July  1966). 

[106]  CROMBIE ,  D.  D. ,  "Phase  and  time  variations  in 
VLF  propagation  over  long  distances,"  RADIO 
SCI.  J.  RES.  NBS/USNC-URSI,  vol.  68D,  no.  11, 
pp.  1223-1224  (November  1964). 


[108]  HAMPTON ,  D.  E. ,  "Group-velocity  variations  of 
V.L.F.  signals,"  PROC.  INST.  ELEC.  ENG. 
(London),     vol.   114,  no.     6,  pp.  689-695 
(June  1967). 

[109]  KAISER,  A.  B. ,  "VLF  propagation  over  long 

paths,"  J.  ATMOS.  and  TERR.  PHYS.,  vol.  29, 
pp.  73-85  (January  1967). 

[110]   ,  "An  explanation  of  VLF  diurnal 

phase  change  observations,"  RADIO  SCI.,  vol.4, 
no.   1,  pp.   17-21  (January  1969). 

[Ill]   REDER,  F.  H.,  ABOM,  C.   J.,  and  WINKLER,  G.M.R. , 
"Precise  phase  and  amplitude  measurements  on 
VLF  signals  propagated  through  the  artic 
zone,"  RADIO  SCI.,  J.  RES.  NBS/USNC-URSI, 
vol.  68D,  no.   3,  pp.  275-281  (March  1968). 

[112]  .  "VLF  propagation  phenomena  ob- 

served during  low  and  high  solar  activity, '* 
Progress  in  Radio  Science  1966-1969.  Part  1, 
C.     E.  White,  Ed.,  (Proc.  XVI  General 
Assembly  of  URSI,  Ottawa,  Canada,  1969) (in 
press) . 


530-6 


[113]   STEELE,   F.  K.  ,  and  CHILTON,  C.   J.,  "Measurement 
of  the  phase  velocity  of  VLF  propagation  in 
the  earth-ionosphere  waveguide,"  RADIO  SCI., 
J.  RES.  NBS/USNC-URSI ,  vol.  68D,  no.  12, 
pp.   1269-1273  (December  1964). 

[114]  SWANSON,  E.  R. ,  "Time  dissemination  effects 

caused  by  instabilities  of  the  medium,"  phase 
and  Frequency   Instability  in  Electromagnetic 
Wave  Propagation.   (AGARD-EVJP  XIII  Symp., 
Ankara,  Turkey,  October  9-12,  1967)  AGARD 
CONF.  PROC.  NO.   33,  K.  Davies,  Ed.  (Tecnni- 
vision  Se rvices ,, S lough ,  England,  in  press). 

[115]    .  and  HEPPERLEY,  E.  ,  "Composite 

OMEGA:  OMEGA  navigation  using  a  combination  of 
information  from  radiations  at  10.2  and  13.6 
kHz,"  NAVAL  ELECTRON.   LAB.   REP.     NO.  NELC-165  7, 
(AD-863  791),  66  pages  (CFSTI,  October  1969). 

[116]   THOMPSON,  A.  M. ,  ARCHER,   R.  W.,   and  HARVEY, 

I.K.,  "Some  observations  on  VLF  standard  fre- 
quency transmissions  as  received  at  Sydney, 
N.S.W.,"  PROC.  IEEE,  vol.  51,  no.   11,  pp. 1487- 
1493  (November  1963)  . 


[117]  WAIT,  J.   R. ,  "Introduction  to  the  theory  of  VLF 
propagation,"  PROC.  IRE,  vol.  50,  no.  7, 
pp.   1624-1647  (July  1962). 

[118]   ,  and  SPIES,  K.  P.,  "Characteristics 

of  the  earth-ionosphere  waveguide  for  VLF 
radio  waves,"  NAT.  BUR.  STAND.    (U.S.)  TECH. 
NOTE  300,  94  pages   (USGPO,  1964);  1st  suppl., 
24  pages  (February  1965)  ;  2nd  suppl. ,  14  pages 
(March  1965). 

[119]  ,  "Recent  theoretical  advances  in 

the  terrestrial  propagation  of  VLF  electro- 
magnetic waves,"  Advan.  Electron,   and  Elec- 
tron.  Phys .  .  L.   Marton,  Ed.,  vol.   25,  pp.  145- 
209  (Academic  Press,  Inc.,  New  York,  N.Y.  , 
10003,  1968). 

[120]  WESTFALL,  W.  D. ,  "Diurnal  changes  of  phase  and 
group  velocity  of  VLF  radio  waves,"  RADIO  SCI. 
vol.  2  (New  Series),  no.   1,  pp.  119-125 
(January  1967). 


b.     Other  neans  of  dissemination 


(1)     Portable  clocks 


[121]  3ENTICK,  J.  P.,  "A  transfer  standard  of  time 

for  use  over  great  distances,"  ROYAL  AIRCRAFT 
ESTAB.  (England),  TECH.  REP.  NO.  RAE-TR-6 7296, 
(AD-833  068),   (CFSTI,  November  1967). 

[122]   BODILY,  L.  N,  ,  and  HYATT,   L.  C,  '"Flying 

clock'   comparisons  extended  to  East  Europe, 
Africa,  and  Australia,"  HEWLETT-PACKARD  J., 
vol.   19,  no.  4,  pp.   12-20  (H-P.  Palo  Alto, 
Calif.,  94304,     (December  1967). 


[123]  KUGEL,  C.  P.,  "OMEGA  system  synchronization  - 
NELC  propagation  prediction  capability  eval- 
uated by  U.S.  Naval  Observ.   flying  clock 
meas.,"  NAVAL  ELEC.  LAB.   CENTER  RES.  REP. 
1529,  24  pages  (NELC ,  Command  Control  and 
Commun.,  San  Diego,  Calif.,  92152,  Januarv 
1968) . 

[124]   REDER,  F.  H. ,  WINKLER,   G.M.R.,   and  BICKART,  C., 
"Results  of  a  long-range  clock  synchronization 
experiment,"  PROC.  IRE,  vol.   49,  no.  6, 
pp.   1028-1032  (June  1961). 


(2)  Satellites 


[125]  KERSHNER,  R.  B.,  and  NEWTON,  R.  R. ,  "The 

transit  system,"  J.  INST.  NAVIG.  (England), 
vol.   15,  no.  2,  pp.   129-144  (Ar>ril  1962). 

[126]  LAIOS,  S.  C,  "STADAN  clock  synchronization  via 
GEOS-II  satellite,"  GODDARD  SPACE  FLIGHT 
CENTER  NASA  REP.  NO.  X-5 70-69- 159 ,  33  pages 
(NASA-GSFC,  Greenbelt,  Md. ,  20771,  March 
1969) . 

[127]  MARKOWITZ,  W.,  LID3ACK,  C.  A.,  UYEDA,  11. ,  and 
MURAMATSU,  K. ,  "Clock  synchronization  via 
relay  II  satellite,"  IEEE  TRANS,  on  INSTRUM. 
AND  MEAS.,  vol.  IM-15,  no.  4,  pp.  177-184 
(December  1966). 


[128]  MAZUR,  W.  E.,  and  LAIOS,  S.   C. ,  "A  compendium 
of  satellite  time-synchronization  techniques,' 
GODDARD  SPACE  FLIGHT  CENTER  NASA  REP.  NO. 
X-573-69-394,  13  pages  (NASA-GSFC,  Greenbelt, 
Md. ,  20771,  August  1969) . 

[129]   STEELE,  J.  McA. ,  MARKOWITZ,  W. ,  and  LIDBACK, 

C.  A.,  "Telstar  time  synchronization,"  IEEE 

TRANS,  on  INSTRUM.   AND  MEAS.,  vol.  IM-13, 

no.  4,  pp.   164-170  (December  1964). 


(3)  Telephone  lines/cables 


[130]  GRIMSLEY,  S.  W. ,   and  MILLER,  M.  J.,  "Phase 
comparison  of  frequency  standards,"  PROC. 
I.R.E.E.   (Australia),  vol.  29,  no.   J,  pp.  14- 
17  (January  1968). 


[131]  HASTINGS,  H.  F.  ,  "Transmission  to  Naval  Obser- 
vatory of  reference  frequency  derived  from 
hydrogen  masers  at  NRL,"  REP.  NRL  PROG.  (U.S. 
Naval  Res.  Lab.,  Washington,  D.C.,  20390), 
pp.  46-47  (CFSTI,  March  1965). 


531-7 


5.3.    Radio  Reception  Techniques- Local  Synchronization/Comparison/Navigation 


[132]  ABLOWICH,  D. ,  JR.,  "Frequency  and  time  synchro- 
nization," MEAS.  AND  DATA,  vol.   1,  no.  1, 
pp.  30-47  (January-February  1967). 

[133]  ALPERT,  A.,  and  MURPHY,  D.  J.,  "Establishing, 

synchronizing  and  maintaining  a  standard  clock 
for  the  USAF  calibration  program,"  FREQUENCY, 
vol.  6,  no.  5,  pp.   17-21  (May  1968). 


[134]  NBS ,  "Standard  frequencies  wired  into  NBS 
labs,"  FREQUENCY,  vol.  6,  no.  8,  pp.  6,8 
(August  1968). 

[135]   S03IN,  B.  M.f  and  HAYWOOD,  H. ,  "A  frequency 
distribution  scheme,"  FREQUENCY,  vol.  5, 
no.  4,  pp.  35-36  (July/August  1967). 


a.     UF  reception /measurement 


[136]  HILL ,  G.  E.  ,  and  HERMAN,  J.   R. ,  "WVJV  reception 
in  the  Arctic  during  ionospheric  disturbances" 
J.  RES.  NBS,  vol.  67D  (Radio  Propagation) . 
no.  2,  pp.   179-182  (March-April  1963), 


[137]  MERRELL,  R. ,  "Keeping  accurate  time  with  WWV," 
BROADCAST  ENG.,  vol.   10,  no.   9,  pp.  14-17 
(September  1968). 


b.     LF  recen tion Measurement 


[138]   PAKOS,  P.  E. ,  "Use  of  the  Loran-C  svsten  for 
time  and  frequency  dissemination,"  FREQUENCY 
TECHMOL. ,  vol.    7,  no.   7,  pp.   13-18  (July 
1969) . 


[139]   SHAPIRO,  L.    D.  ,  "Loran-C  skvwwe  delay  measure- 
ments," IEEE  TRANS,   on  INSTRUM.  AND  MEAS., 
vol.  IM-17,  no.  4,  pp.  366-372  (December 
1968). 


c.     VLF  reception/measurement 


[140]   BRADY,  A.  H.,  "On  the  long  term  phase  stability 
of  the  19,8  kc/s  signal  transmitted  from 
Hawaii  and  received  at  3oulder,  Colorado," 
RADIO  SCI.  J.   RES.  NBS/USNC-URSI,  vol.  68D, 
no.  3,  pp.  283-239  (March  1964). 

[141]   BURGESS,  3.,  "Experimental  observations  on  the 
phase  variability  of  200  Hz  difference  fre- 
quencies derived  from  VLF  transmissions  ob- 
tained over  large  distances,"  ROYAL  AIRCRAFT 
ESTA3.   (England)   TECH.   REP.  NO.  68150, 
(AD-840  697),  7  pages  (CFSTI,  1968). 

[142]  CHI,  A.  R.,  and  WITT,  S.  N. ,  "Time  synchroniza- 
tion of  remote  clocks  using  dual  VLF  trans- 
missions," PROC.   20th  ANn/sYMP.  ON  FREQUENCY 
CONTROL  (U.S.  Army  Electronics  Command,  Ft. 
Monmouth,  N.J.,  07703,  April  19-21,  1966), 
(AD-800  523),  pp.  588-611  (CFSTI,  1966). 

[143]  COUZENS,  R.,  "The  'beat  2  receiver'  -  a  twin 
channel  OMEGA  receiver,"  ROYAL  AIRCRAFT 
ESTAB.    (England)   TECH.   REP.  NO.  68225, 
(AD-686  454),  7  pages  (CFSTI,  August  1963). 

[144]  ECHOLS,  J.  D.,  "Calibrating  frequency  standards 
with  VLF  transmissions,"  ELECTRONICS,  vol.  35, 
no.   17,  pp.  60-63  (April  1962). 

[145]  EGIDI,  C,  "Narrow  band  time  signals,"  ALTA 
FREQUENZA,  vol.  37,  no.  5,  pp.  129E-139E 
(1968). 

[146]  HARTKE,  D. ,  "Simplified  local  comparisons  with 
USFS,"  FREQUENCY,  vol.   2,  no.  2,  pp.  32-33 
(March-April  1964). 

[147]   IIJIMA,  S.,  TO RAO,  M. ,  and  FUJIWARA,  K. , 

"Phase  variations  of  VLF  waves,  GBR  and  GBZ , 
as  received,"  ANNALS  OF  TOKYO  ASTRON.  OBSERV. , 
2nd  Series,  vol.  XI,  no.  1,  pp.  1-28 
(1968). 

[148]  LAPANNE,  LM  "Using  wave  analyzers  to  maintain 
frequency  standards,"  FREQUENCY,  vol.  2, 
no.  5,  pp.  20-22  (September-October  1964). 


[149]  M00SER,  L "Frequency  and  phase  control  of 

local  oscillators  by  transmitters  of  standard 
frequency,"  PROC.   14th  ANN.  SYMP.  ON  FREQUEN- 
CY CONTROL  (U.S.  Army    Res.    and  Dev.  Lab,s 
Ft.  Monmouth,  N.J.,  07703,  May  31-June  2,1960), 
(PP-153  716),  pp.  421-428  (Libr.  of  Congr. , 
Washington,  D.C.,  20006,  1960). 

[150]  PIERCE,  J.  A.,  "The  use  of  composite  signals  at 
very  low  radio  frequencies,"  HARVARD  UNIV. 
TECH ,    REP.  NO.   552,  31  pages   (Div.  Eng.  and 
Appl.  Phys,  ,  Harvard  Univ.,  Cambridge,  Mass., 
02138,  February  1968). 

[151]  RAWLES ,  A.  T. ,  and  BURGESS,  B. ,  "Results  of 
two-frequency  VLF  transmission  experiments 
from  Criggion  GBZ,"  RADIO  SCI.,  vol.  2  (New 
Series),  no.   11,  pp.   1295-1301  (November 
1967). 

[152]   ROEDER,  J.  H. ,  and  SHAWE,  M.  E. ,  "Dual  VLF 

timing  capability  observed  at  some  intermedi- 
ate ranges,"  G0DDARD  SPACE  FLIGHT  CENTER  REP. 
NO.  X-521-69-346,  28  pages  (NASA-GSFC,  Green- 
belt,  Md.,  20771,  June  1969). 

[153]  STANBROUGH,  J.  H.,  JR.,  "A  VLF  radio  relative 
navigation  system,"  J.  INST.  OF  NAVIG. ,  vol. 
11,  no.  4,  pp.  417-428  (January  1965). 

[154]  STONE,  R.  R. ,  JR.,  "Synchronization  of  local 
frequency  standards  with  VLF  transmissions," 
PROC.   16th  ANN.  SYMP.  ON  FREQUENCY  CONTROL 
(U.S.  Army   Res.  and  Dev.  Lab.  ,  Ft,  Monmouth, 
N.J.,  07703,  April  25-27,  1962),  (PP-162  343), 
pp.  227-240  (CFSTI,  1962). 


532-8 


5.4.    Frequency  and  Time  Measurement 


[155]  BEATTY,  R.  W.t  and  WEINSCHEL,  6 .  0.  (Editors), 
Special  Issue  on  Radio  Measurement  Methods  and 
Standards,  PROC.  IEEE,  vol.  55,  no.  6,  pp. 737- 
1063  (June  1967). 

[156]  GOLDING,  J.  F. ,  "Counter  methods  of  frequency 
measurements,"  BRITISH  COMMON.  AND  ELECTRON, , 
vol.  8,  no.   11,  pp.  348-853  (November  1961). 

[157]  GRIMSLEY,  S.  W. ,  and  MILLER,  M.  J.,  "Phase 
comparison  of  frequency  standards,"  PROC. 
I.R.E.E.   (Australia),     vol.  29,  no.   1,  pp.  14- 
17  (January  1968). 

[158]  KOIDE,  F.  K. ,  "Frequency  and  time  distribu- 
tion," MEAS.  AND  DATA,  vol.   1,  no.  3,  pp.  98- 
108  (May-June  1967). 


[159]  MARKOWITZ,  W. ,  "Time  and  frequency  measurement, 
atomic  and  astronomical,"  FREQUENCY  TECHNOL., 
vol.   7,  no.   1,  pp.  13-18  (January  1969). 

[160]  NOORDANUS,  J.,  "Frequency  synthesizers-a  sur- 
vey of  techniques,"  IEEE  TRANS,  on  COMMUN. 
TECHNOL. ,  vol.  COM-17,  no.  2,  pp.  257-271 
(April  1969). 

[161]  PARSEN,  B.,  "Comparators  for  evaluation  of  fre- 
quency standards,"  FREQUENCY,  vol.   1,  no.  5, 
pp.  53-55  (July-August  1963). 

[162]  WINKLER,  G.M.R.,  "Convention  used  for  reporting 
clock  differences:  the  algebraic  method," 
FREQUENCY ,  Vol.  6,  no.   11,  pp.  5-6  (November 
1968) . 

[163]  WITT,  S.  N. ,  "Frequency  standards  and  calibra- 
tion techniques,"  ELECTRON.   INSTRUM.  DIGEST, 
vol.  5,  no.  3,  pp.  10-18  (March  1969). 


a.     Computer  program  analysis 


[164]  CRARY,  J.  H.,  "Extension  of  programs  for  cal-  [ 
culations  of  great  circle  paths  and  sunrise- 
sunset  times,"  NAT.  BUR.  STANDS .    (U.S.)  TECH. 
NOTE  303,  19  pages  (USGPO,  February  1965). 

[165]  DAVID,  F. ,  et  al, ,  "Correlation  measurements 

on  an  HF  transmission  link,"  IEEE  TRANS,  on  [ 
COMMUN.  TECHNOL.,  vol.  COM-17,  no.  2,  pp. 245- 
256  (April  1969). 


166]  JOHLER,  J.  R. ,  and  MELLECKER,  C. ,  "Theoretical 
LF,  VLF  field  calculations  with  spherical  wave 
functions  of  integer  order,"  ESSA  TECH.  REP., 
82  pages;  Supplement-Computer  Program,  99 
pages  (USGPO,  in  press). 

167]  SEARLE,  C.  L. ,  POSNER,  R.  D. ,  3ADESSA,  R.  S., 
and  BATES,  V.  J.,  "Computer-aided  calculation 
of  frequency  stability,"  PROC.  IEEE-NASA  SYMP. 
on  the  DEFINITION  and  MEAS.  of  SHORT-TERM 
FREQ.  STABIL.   (Goddard  Space  Flight  Center, 
Greenbelt,  Md. ,  20771,  November  23-24,  1964), 
NASA  REP.  NO.  SP-80,  pp.  273-277  (USGPO  1965). 


b.  Standards  of  measurement 


[168]  ASTIN,  ALLEN  V.,  "Standards  of  measurements," 
SCI.  AMER. ,  vol.  218,  no.  6,  pp.  50-62 
(June  1968). 

[169]  HUNT00N,     R.  D. ,  "Status  of  the  national  stand- 
ards for  physical  measurement,"  SCIENCE,  vol. 
150,  no.  3693,  pp.   169-178  (October  1965). 

[170]  JEAN,  A.  G. ,  TAGGART,  H.  E. ,  and  WAIT,  J.  R. , 

"Calibration  of  loop  antennas  at  VLF,"  J.  RES. 
(NBS)  Sec.  C-ENG.  and  INSTRUM. ,  vol.  65, 
no.   3,  pp.   189-193  (July-September  1961). 


[171]  LEWIS,    F.  D.,  and  SODERMAN,  R.  A.,  "Radio- 
frequency  standardization  activities,"  PROC. 
IEEE,  vol.  55,  no.  6,  pp.   759-773  (June  1967). 

[172]  McNISH,  A.  G. ,  "Fundamentals  of  measurement," 
ELECTRO-TECHNOL. ,  vol.   71,  no.  5,  pp.  113-128 
(May  1963)  . 

[173]  RICHARDSON,  J.  M.  ,  and  BROCK.MAN ,  J.  F.  ,  "The 
U.S.  basis  of  electromagnetic  measurements," 
IEEE  SPECTRUM,  vol.  1,  no.   1,  pp.  129-138 
(January  1964). 


c.     Statistical  analysis/measurement  techniques 


[174]  BINGHAM,  C. ,  GODFREY,  M.  D. ,  and  TUKEY,  J.  W. , 
"Modern  techniques  of  power  spectrum  estima- 
tion," IEEE  TRANS,  on  AUDIO  ELECTR0AC0USTICS. 
vol.  AU-15,  no.  2,  pp.  56-66  (June  1967). 

[175]  3LACKMAN,  R.  B . ,  Linear  Data-Smoothing  and 

Prediction  in  Theory  and  Practice.  182  pages 
(Addison-Wesley  Publ.  Co.,  Inc.,  Reading, 
Mass.  01867,  1965). 

[176]  BRIGHAM,  E.  0.,  and  MORROW,  R.  E. ,  "The  fast 
Fourier  transform,"  IEEE  SPECTRUM,  vol.  4, 
no.   12,  pp.  63-70  (December  1967). 

[177]  CROW,  E.  L.,  "The  statistical  construction  of 
a  single  standard  from  several  available 
standards,"  IEEE  TRANS,  on  INSTRUM.  AND  MEAS. , 
vol.  IM-13,  no.  4,  pp.   180-185  (December  1964). 


[178]  EDSON,  W.  A.,  "Noise  in  oscillators,"  PROC. 

IRE,  vol.  48,  no.  8,  pp.  1454-1466  (August 
1960) . 

[179]  LIGHTHILL,  C.  M. ,     Introduction  to  Fourier 

Analysis  and  Generalized  Functions.  79  pages 
(Cambridge  University  Press,  London,  England, 
1962) . 

[180]  MULLEN,  J.  A.,  "Background  noise  in  nonlinear 
oscillators,"  PROC.  IRE,  vol.  48,  no.  8, 
pp.   1467-1473  (August  1960). 

[181]  SILVER,  S.  L. ,  "Electronic  measurements  using 
statistical  techniques,"  ELECTRON.  WORLD, 
vol.    79,  no.   6,  pp.  49-53  (June  1968). 


533-9 


5.5-    Advanced  Frequency  and  Time  Research 


a.  Aircraft  collision  avoidance  system  (ACAS) 


[182]  FRYE,  E.  0.,  and  KILLHAM,  D.  E. ,  "Aircraft 

collision  avoidance  systems,"  IEEE  SPECTRUM, 
vol.  3,  no.   1,  pp.   72-80  (January  1966). 


[183]  HOLT,  J. 

TECHNOL. 


'Avoiding  air  collisions,"  SCI,  AND 
a.   78,  pp.  56-63  (June  1968). 


[184]  McINTIRE,  0.  E.,  et  al.,  DOT/FAA  Meet,  on 

Utilization  of  Time/Frequency  in  Collision 
Avoidance  Systems   (CAS) .   (FAA,  Washington, 
D.C.,  20590,  August  27-28,  1968),  (AD-681  881) 
125  pages  (CFSTI,  1968). 


[185]   THORNBURG,  C.  0.,  "Master  timing  of  CAS  ground 
stations,"  IEEE  TRANS,  on  AER0SP.  AND  ELEC- 
TRON. 3YST. ,  vol.   AES-4,  no.   2,  pp.  265-272 
(March  1968). 

[186]  WHITE,  F.  C.   (Editor),  Special  Section  on  Air- 
craft Collision  Avoidance,  IEEE  TRANS,  on 
AER0SP.  AND  ELECTRON.  SYST. ,  vol.  AES-4, 
no.  2,  pp.  234-314  (March  1968). 


b.  Aircraft  flyover 


[187]  BE3SON,   J, , ( and  CUMER,  J.,  "Synchronisation 

precise  de  bases  par  simple  survol,"  (Precise 
in-flight  synchronization  of  ground  stations)  , 
PR0C.  C0LL0QUE  INTERNATIONAL  DE  CHR0N0METRIE 
(International  Horological  Symp.,  Paris, 
France,  September  16-20,  1969),  Paper  A-27, 
24  pages  (Nouvelle  Faculte  des  Sciences,  11, 
Quai  St.,  Paris,   (5°),  France,  1969). 


[188]  LAY,  M.  D.,  and  DAVIS, D.  T. ,  "A  simple  airborne 
system  for  calibration  of  remote  precision 
clocks,"  FREQUENCY  TECHNOL.,  vol.    7,  no.  12, 
pp.   13-22  (December  1969). 


Communications/deep  space  tracking 


[189]  BALTAS,  M.  M. ,  "Frequency  and  timing  control  in 
future  military  communications,"  FREQUENCY, 
vol.   2,  no.  4,  pp.   16-17  (July-August  1964). 

[190]   FILIP0W5KY,   R.   F. ,  and  MUEHLDORF,  E.  I.,  Space 
Communications  Systems.  575  pages  (Prentice- 
Hall,  Inc.,  Englewood  Cliffs,  N.J.  ,  07632, 

1965)  . 

[191]   SYDN0R,  R. ,  CALDWELL,  J.   J.,  and  ROSE,  B.  E. , 
"Frequency  stability  requirements  lor  space 
communications  and  tracking  systems,"  PROC. 
IEEE,  vol,  54,  no.  2,  pp.  231-236  (February 

1966)  . 


[192]  TRASK,  D.  W.,  and  MULLER,  P.  M. ,  "Timing:  DSIF 
two-way  Doppler  inherent  accuracy  limitations" 
JPL  PROGRAMS  SUMMARY  37-39,  vol.   Ill,  pp.  7-16 
(JPL,  Calif.  Inst,  of  Technol. ,  Pasadena, 
Calif.,  91103,  May  1966). 

[193]  VIARS,  T.  C,  "Application  of  precise  time- 
frequency  technology  in  multi-function  systems" 
PROC.   23rd  ANN.  SYMP .  ON  FREQUENCY  CONTPOL 
(U.S.  Army  Electronics  Command,  Ft.  Monmouth, 
N.J.,  07703,  May  6-8,  1969)  pp.  8-13  (Electron. 
Ind.  Ass.,  Washington,  D.C.,  20006,  1969). 


d.  Long-base  interferometry 


[194] 


[195] 


BURKE,  B.  F.,  "Long-base  interferometry,"  PHYS. 
TODAY,  vol.  22,  no.   7,  pp.  54-63  (July  1969). 

ROGERS,  A. E, !<"., and  MORAN  ,  J.  M.  ,  "Very  long 
baseline  interferometry  as  a  means  of  world- 
wide time  synchronization,"  LINCOLN  LAB.  TECH. 
REP.  478,    16  pages,   (Lincoln  Lab.,  M.I.T., 
Boston,  Mass.,  02173,  February  1970). 


[1961  SHAPIRO.  I.  I.,  "Possible  experiments  with 

long-baseline  interferometers,"  NEREM  RECORD, 
vol.   10,  pp.   70-71  (AD-685  687),  (CFSTI,  1968). 


Meteor  trail 


[197]  LATORRE,  V.   R. ,  "Messages  by  meteor,"  ELEC- 
TRONICS, vol.  38,  no.  21,  pp.   102-106  (October 
1965)  . 

[198]  MARCH,  Do  M . ,  TASHIR0,  S.,  and  SANDERS,  W.   R. , 
"Meteor  trail  forward  scatter  time  synchron- 
ization," FREQUENCY ,  vol.   6,  no.   2,  pp.  12-17 
(February  1968). 


[199]  SANDERS ,  W.  R. ,  ALBRIGHT,  D.   L. ,  TASHIRO,  S., 
and  MARCH,  D.  N . ,  "A  meteor  burst  clock 
synchronization  experiment,"  IEEE  TRANS,  on 
INSTRUM.  AND  MEAS.,  vol.   IM-15,  no.   4,  pp. 184- 
189  (December  1966). 

[200]  SUGAR,  G.  R. ,  "Radio  propagation  by  reflection 
from  meteor  trails,"  PROC.  IEEE,  vol.  52, 
no.  2,  pp.  116-136  (February  1964). 


534-10 


f.     Moonb ounce 


[201]  BAUMGARTNER,  W.  S.,  and  EASTERLING,  M.   F. ,  "A 
world-wide  lunar  radar  time  synchronization 
system,"  Advanced  Navigational  Tech.  .  (papers 
of  14th  ACARD/AVIONICS  Panel  Meet.,  Milan, 
Italy,  September  12-15,  1967),  AGARD  CONF. 
PROC.  NO.  28,  pp.   143-162,  W.  T.  Blackband, 
Ed.   (Technivision  Servi  ces,  S  lough  ,  England, 
February  1970). 


[202]   COFFIN,  R.  C. ,  EMERSON,  R.   F. ,   and  SMITH,  J.  R., 
"Time-synchronization  system,"  JPL  PROGRAMS 
SUMMARY  37-45,  vol.  Ill,  pp.   72-75  (JPL, Calif, 
Inst,  of  Technol.,  Pasadena,  Calif.,  91103, 
May  196  7). 


g.  Pulsars 


[203]   BOYNTON,  P.  E. ,  PARTRIDGE,  R.  B.,   and  WILKEN- 
SCN,  D.  T. ,  "Precision  time  measurements  of 
optical  pulsars,"  PROC.  23rd  ANN.  SYMP.  ON 
FREQUENCY  CONTROL  (U.S.  Army  Electronics 
Command,  Ft.  Monmouth,  N.J.,  07703,  May  6-8, 
1968),  p.  313  (Electron.  Ind.  Ass.,  Washington, 
D.C.,  20006,  1969). 


[204]   REICHLEY,  P.  E . ,  DOWNS ,  G.  S.,  and  MORRIS, 
G,  A. ,  "Time-of-arrival  observations  of 
eleven  pulsars,"  ASTR0N.  J.,  vol.   159  (LET.), 
pp.  L35-L40  (January  1970). 

[205]  TILSON,  S.,  "Pulsars  may  be  neutron  stars," 
IEEE  SPECTRUM,  vol.   7,  no.  2,  pp.  42-55 
(February  1970). 


h.  Satellite/clocks 


[206]  BASOV,  N.  G. ,  et  al. ,  "Operational  test  of  a 
molecular  generator  on  an  artificial  earth 
satellite,"  (Edited  translation  of  KOSMICH- 
ESKIE  ISSLEDOVANIYA  (USSR),  vol.   5,  no.  4, 
pp.  608-616,  by  F.  Dion),   (AD-678  441),  14 
pages  (CFSTI,  December  1967) . 

[207]  EASTON,  R.  L. ,  et  al.,  "Crystal  oscillator 

satellite  experiment,"  PROC.  22nd  ANN.  SYMP. 
ON  FREQUENCY  CONTROL  (U.S.  Army  Electronics 
Command,  Ft.  Monmouth,  N.J.,  07703,  April  22- 
24,  1968),  (AD-844  911),  pp.  342-353  (CFSTI, 
1968)  . 

[208]  GATLAND,  K.  W.   (Editor),  Telecommunication 

Satellites .  441  pages  (Prentice-Hall,  Inc., 
Englewood  Cliffs,  N.J. 07632,  1964). 


[209]  OSBORNE,  E.  F. ,  "Global  timing  systems  of  nano- 
second accuracy  using  satellite  references," 
JOHN  HOPKINS  UNIV.  APL  TECH.  MEMO  NO.   TG-1086 , 
182  pages  (CFSTI,  October  1969). 

[210]  SEKIMOTO,  T. ,  and  PUENTE,  J.  G. ,  "A  satellite 
time-division  multiple-access  experiment," 
IEEE  TRANS .  on  COMMUN.  TECHNOL.,  vol.  COM-16, 
no.  4,  pp.  581-588  (August  1968). 

[211]  THOMAS,  P.,  "Crowding  in  the  synchronous  orbitj' 
SPACE  AND  AERONAUT. ,  vol.  49,  no.  4,  pp.  66- 
74  (April  1968). 

[212]  WEIFFENBACH,  G.  C. ,  "Time  dissemination  by  sat- 
ellite," DOT/FAA  Meet,  on  Utilization  of  Time/ 
frequency  in  Collision    Avoidance  Systems  (CAS) 
(FAA,  Washington,  D.C.,  20590,  August  27-28, 
1968),   (AD-681  881),  pp.  85-88   (CFSTI,  1968). 


i.     Television  (Commercial),  TV 


[213]   DAVIS,  D.  D.,  JESPERSEN,  J.  L. ,  and  KAMAS ,  G. , 
"The  use  of  television  signals  for  time  and 
frequency  dissemination,"  PROC.  IEEE  (LTR. ) , 
vol.  58,  no.  6  (in  press). 


[214]  PARCELLIER,  P.,  "De'veloppeme" t  des  synchronisa- 
tions de  temps  par  television,"  (Development 
of  television  time  synchronization),  PROC. 
COLLOQUE  INTERNATIONAL  DE  CHRONOMETRIE  (Inter- 
national Horological  Symp,,  Paris,  France, 
September  16-20,  1969),  Paper  A26,  6  pages 
(Nouvelle  Faculte  des  Sciences,  11,  Quai  St., 
Paris,   (5°),  France,  1969). 


j.  Other 


[215]  ICLEPPNER,  D. ,  "Frequency  comparison  system  for 
spacecraft  relativity  experiment,"  PROC.  21st 
AM::.  SYMP .  ON  FREQUENCY  CONTROL  (U.S.  Army 
Electronics  Command,  Ft.  Monmouth,  N. J., 07703, 
April  24-26,  1967),   (AD-659  792),  pp.  509-511 
(CFSTI,  1967). 

[216]   MUNGALL,  A.  G.  ,  DAAMS ,  II.,  BAILEY,  R.  ,  and 

MORRIS,  D.,  "Mass-frequency  effect  on  VLF  and 
portable  clock  comparisons  of  atomic  frequency 
standards,"  METROLOGIA,  vol.  5,  no.  1,  pp.  31- 
32  (January  1969). 

[217]  SHERIDAN,  K.  V.,  "Use  of  atomic  frequency 

standards  for  phase  calibration  of  large  aerial 
arrays,"  ELECTRON.  LETT.,  vol.  5,  no.  16, 
pp.   363-365  (August  1969). 


[218]  VESSOT,  R.F.C.,  KLEPPNER,  D. ,  and  RAMSEY,  N.F., 
"Application  of  the  hydrogen  maser  to  experi- 
mental relativity,"  IEEE  J.  QUANTUM  ELECTRON., 
vol.  QE-4,  no.  5,  pp.  376-377  (May  1968). 

[219]  WOODWARD,  R.  H. ,  "Distance  measurement  with 

ultra-stable  oscillators,"  FREQUENCY,  vol.  2, 
no.   1,  pp.   16-20  (January-February  1964). 


535-H 


5.6.  National- International  Coordination  of  Frequency  and  Time 


[220]  BECKER,  G. ,  FISCHER,  B.,   and  KRAMER,  G. , 

"Methoden  und  ergebnisse  im  internationalen 
zei tvergleich  mit  laigstwe  lien ,"  (Methods  and 
results  in  international  time  comparison  with 
very  long  waves) ,  PROC.  COLLOQUE  INTERNATIONAL 
DE  CHRONOMETRIE  (International  Horological 
Symp.,  Paris,  France,  September  16-20,  1969), 
Paper  A22 ,  24  pages  (Nouvelle  Faculte  des 
Sciences,  11,  Quai  St.,  Paris,  (5°),  France, 
1969) . 

[221]  ESSEN,  L,  and  STEELE,  J.  McA. ,  "The  inter- 
national comparison  of  atomic  standards  of 
time  and  frequency,"  PROC.  INST.  ELEC.  ENG. 
(London),  vol.  109,  part  B,  no.  43,  pp.  41-47 
(January  1962). 

[222]  GUINOT,  B. ,  "Formation  de  1'  echelle  de  temps 
coordonne  par  le  Bureau  International  de 
l'tleure,"  (Formation  of  the  coordinate  time 
scale  by  the  BIH) ,  PROC.  COLLOQUE  INTERNATION- 
AL DE  CHRONOMETRIE,  (International  Horological 
Symp.,  Paris,  France,  September  16-20,  1969), 
Paper  A20,  8  pages  (Nouvelle  Faculte  des 
Sciences,  11,  Quai  St.,  Paris,   (5°),  France, 
1969). 

[223]  MITCHELL,  A.M.J. ,  "Frequency  comparison  of 
atomic  standards  by  radio  links,"  NATURE, 
vol.  198,  no.  4886,  pp.  1155-1158  (June  23,  196 3). 


[224]  RICHARDSON,  J.  M. ,  "The  functions  of  Commission 
I  of  the  International  Scientific  Radio  UnionJ' 
PROC.  IEEE,  vol.  55,  no.  6,  pp.   743-745  (June 

1967)  . 

[225]  SILVER,  S.,  "URSI ,  the  International  Scientific 
Radio  Union,"  RADIO  SCI.,  vol.  4,  no.  1, 
pp.  3-6  (January  1969). 

[226]  SMITH,  H. ,  "International  co-ordination  of  radio 
time  signal  emissions,"  PROC.  23rd  ANN.  SYMP. 
ON  FREQUENCY  CONTROL  (U.S.  Army  Electronics 
Command,  Ft.  Monmouth,  N. J., 07703,  May  6-8, 

1968)  ,  pp.   18-20  (Electron.  Ind.  Ass., 
Washington,  D.C.,  20006,  1969). 

[227]  WHITE,  C.  E. ,  "World-wide  control  of  industrial 
radio-electronic  measurement  accuracy,"  PROC. 
IEEE,  vol.  55,  no.  6,  pp.   748-758  (June  1967). 


5.7.    General  References 

HOADLEY,  G.  B.   (Editor),  CPEM  Special  Issues  (International  Conference  on  Precision  Electromagnetic  Meas- 
urements, held  at  Boulder,  Colorado,  80302,  every  two  years),  IEEE  TRANS,  on  INSTRUM.  AND  MEAS.   (fall,  win- 
ter issue,  even  years), 

NOTE:     These  Special  Issues  contain  many  useful  and  state-of-the-art  papers  in  the  frequency  and  time  area. 


The  proceedings  of  the  Symposium  on  Frequency  Control,  sponsored  annually 
Command,  Ft,  Monmouth,  N. J., 07703,  contain  a  wide  variety  of  frequency/time 
subjects,  progress  reports,  and  well-documented, state-of-the-art  accounts, 
years  are  listed  below,  with  identifying  information,  to  aid  any  interested 


by  the  U.  S,  Army  Electronics 
papers,  including  general  interest 
The  proceedings  for  the  last  ten 
reader: 


Symp , 


Proceedings 


1A 



May  31  -  June  2,  1960 

PP-153 

716 

443 



Library  of  Congress 
Washington,  D.C,  20006 

15 

May  31  -  June  2,  1961 

AD-265 

455 

335 

CFSTI 

16 

April  25-27,  1962 

PP-162 

343 

455 

i 

CFSTI 

17 

May  2  7-2  9,  1963 

AD-423 

381 

618  j 

CFSTI 

18 

May  4-6,  1964 

AD-450 

341  % 

i 

597  ! 

| 

CFSTI 

19 

April  20-22,  1965 

AD-471 

229 

673  1 

CFSTI 

20 

April  19-21,  1966 

AD-800 

523 

679 

CFSTI 

21 

April  24-26,  1967 

AD-659 

792 

579 

CFSTI 

22 

April  22-24,  1968 

AD-844 

911 

620 

CFSTI 

23 

May  6-8,  1969 

313 

Electronics  Industries  Ass, 
2001  Eye  St. ,  NW 
Washington,  D.  C.  20006 

536-12 


Author  Index 


Volume  and  Page 

Allan,  D.  W.,  Barnes,  J.  A.,  and  Wainwright,  A.  E. 
The  ammonia  beam  maser  as  a  standard  of  fre- 
quency. IRE  Trans.  Instr.  1-11,  No.  1,  26-30, 
June    1962   5-73 

Allan,  D.  Beehler,  R.,  Halford,  D.,  Harrach,  R., 

Glaze,  D.,  Snider,  C,  Barnes,  J.,  Vessot,  R.,  Peters, 

H.,  Vanier,  J.,  Cutler,  L.,  and  Bodily,  L. 
An  intercomparison  of  atomic  standards.  Proc. 
IEEE  54,  No.  2,  301-302,  February  1966   5-114 

Allan,  D.,  Vessot,  R.,  Peters,  H.,  Vanier,  J.,  Beehler, 

R.,  Halford,  D.,  Harrach,  R.,  Glaze,  D.,  Snider,  C, 

Barnes,  J.,  Cutler,  L.,  and  Bodily,  L. 

An  intercomparison  of  hydrogen  and  cesium  fre- 
quency standards.  IEEE  Trans.  IM-15,  No.  4, 
165-176,  December,  1966   5-128 

Allan,  D.  W.,  Barnes,  J.  A.,  and  Andrews,  D.  H. 
The  NBS-A  time  scale — its  generation  and 
dissemination.  IEEE  Trans.  IM-14,  No.  4,  228- 
232,  December  1965   5-212 

Allan,  D.  W.,  Fey,  L.,  and  Barnes,  J.  A. 

An  analysis  of  a  low  information  rate  time 
control  unit.  Proc.  20th  Ann.  Symp.  on  Freq. 
Contr.  (U.S.  Army  Electronics  Command,  Ft. 
Monmouth,  N.J.,  Apr.  19-21,  1966),  629-635, 
1966   5-217 

Allan,  D.  W.,  and  Barnes,  J.A. 

An  approach  to  the  prediction  of  coordinated  uni- 
versal time.  Frequency,  5,  No.  6,  15-20,  Nov./ 
Dec.  1967   5-236 

Allan,  D.  W.,  Fey,  L.,  Machlan,  H.  E.,  and  Barnes, 

J.  A. 

An  ultra-precise  time  synchronization  system  de- 
signed by  computer  simulation.  Frequency,  6,  No. 

1,  11-14,  January  1968    5-242 

Allan,  D.  W.,  Barnes,  J.  A.,  Hall,  R.  G.,  Lavanceau, 
J.  D.,  Winkler,  G.  M.  R.,  and  Hudson,  G.  E. 

A  coordinate  frequency  and  time  system.  Proc.  of 
the  23rd  Ann.  Symp.  on  Freq.  Contr.  (U.S.  Army 
Electronics  Command,  Ft.  Monmouth,  N.  J.,  May 

6-8,  1969)  pp.  250-262,  1969   5-250 

Allan,  D.  W.,  Guetrot,  A.,  Higbie,  L.  S.,  and  Lavan- 
ceau, J. 

An  application  of  statistical  smoothing  tech- 
niques on  VLF  signals  for  comparison  of  time 
between  USNO  and  NBS.  Proc.  of  the  23rd.  Ann. 
Symp.  on  Freq.  Contr.  (U.S.  Army  Electronics 
Command,  Ft.  Monmouth,  N.  J.,  May  6-8,  1969) 

p.  248,  1969    5-519 

Allan,  D.  W.,  and  Barnes,  J.  A. 

Some  statistical  properties  of  LF  and  VLF  prop- 
agation. AGARD  Conf.  Proc.  No.  33,  Phase  and 


Volume  and  Page 

frequency  instability  in  electromagnetic  wave 
propagation,  K.  Davies,  Editor,  Chap.  15,  Tech- 
nivision  Services,  Slough,  England  (In  press). _5-521A 

Allan,  D.  W.,  and  Barnes,  J.  A. 

Effects  of  long-term  stability  on  the  definition 
and  measurement  of  short-term  stability.  Proc. 
IEEE-NASA  Symposium  on  Short-Term  Fre- 
quency Stability,  Washington,  D.C.,  November 
23-24,  1964.  NASA  SP-80,  pp.  119-123,  1965  _  5-444 

Allan,  D.  W.,  and  Barnes,  J.  A. 
A  statistical  model  of  flicker  noise. 
Proc.  IEEE  54,  No  2,  176-178,  February  1966_  5-449 

Alan,  D.  W. 

Statistics  of  atomic  frequency  standards. 

Proc.  IEEE  54,  No.  2,  221-230,  February  1966_  5-466 

Andrews,  D.  H.,  Barnes,  J.  A.,  and  Allan,  D.  W. 
The  NBS-A  Time  Scale — its  generation  and 
dissemination.  IEEE  Trans.  IM-14,  No.  4,  228- 
232,  December  1965   5-212 

Andrews,  D.  H. 

LF-VLF  frequency  and  time  services  of  the 
National  Bureau  of  Standards.  IEEE  Trans. 
IM-14,  No.  4,  233-237,  December  1966   5-337 

Andrews,  D.  H.,  Chaslain,  C,  and  DePrins,  J. 
Reception  of  low  frequency  time  signals.  Fre- 
quency, 6,  No.  9,  13-21,  September  1968   5-375 

Atkinson,  W.  R.,  Beehler,  R.  E.,  Heim,  L.  E.,  and 

Snider,  C.  S. 

A  comparison  of  direct  and  servo  methods  for 
utilizing  cesium  beam  resonators  as  frequency 
standards.  IRE  Trans.  Instr.  I— 11,  Nos.  3  and  4, 
231-238,  December  1962   5-78 

Atkinson,  W.  R.,  Newman,  J.,  and  Fey,  L. 

A  comparison  of  two  independent  atomic  time 
scales.  Proc.  IEEE  51,  No.  3,  498-499,  March 
1963   5-199 

Atkinson,  W.  R.,  and  Hudson,  G.  E. 

On  the  redefinition  of  the  second  and  the  velocity 
of  light.  IEEE  Trans.  IM-12,  No.  1,  44-46, 
June  1963    5-201 

Atkinson,  W.  R.,  Bonanomi,  J.,  Kartaschoff,  P., 

Newman,  J.,  and  Barnes,  J.  A. 

A  comparison  of  the  TA-1,  and  the  NBS-A 
atomic  time  scales.  Proc.  IEEE  52,  No.  4,  439 
Anril  1964    5-205 

Atkinson,  W.  R.,  Fey,  L.,  and  Newman,  J. 

Spectrum  analysis  of  extremely  low  frequency 
variations  of  quartz  oscillators.  Proc.  IEEE  51, 
No.  2,  379,  February  1963    5-441 

Atkinson,  W.  R.,  Fey.  L.,  and  Newman,  J. 

Obscurities  of  oscillator  noise,  Proc.  IEEE  52, 
No.  1,  104-105,  January  1964    5-442 


537 


Author  Index — Continued 


B 


Volume  and  Page 

Baghdady,  E.  J.,  Lincoln,  R.  N.,  and  Nelin,  B.  D. 
Short-term  frequency  stability:  characterization, 
theory,  and  measurement.  Proc.  IEEE  53,  No.  7, 

704-722,  July  1965   5-520A 

Bailey,  R.,  Daams,  H.,  and  Mungall,  A.  G. 

Note  an  atomic  timekeeping  at  the  National  Re- 
search Council,  Metrologia,  5,  No.  3,  73-76,  July 

1969    5-264A 

Baltzer,  O.  J.,  and  Morgan,  A.  H. 

A  VLF  timing  experiment.  J.  Res.  NBS/USNC- 
URSI  68D,  No.  if;  1219-1222,  November  1964_  5-309 
Barger,  R.  L.,  and  Hall,  J.  L. 

Pressure  shift  and  broadening  of  methane  line 
at  3.39/*  studied  by  laser-saturated  molecular  ab- 
sorption. Physical  Review  Letters,  22,  No.  1, 

4-8,  January  6,  1969   5-166 

Barger,  R.  L.,  and  Hall,  J.  L. 

Use  of  laser-saturated  absorption  of  methane  for 
laser  frequency  stabilization,  Proc.  of  the  23rd. 
Ann.  Symp.  on  Freq.  Contr.  (U.S.  Army  Elec- 
tronics Command,  Ft.  Monmouth,  N.  J.,  May  6-8, 

1969)  p.  306,  1969    5-171 

Barnes,  J.  A.,  Allan,  D.  W.,  and  Wainwright,  A.  E. 
The  ammonia  beam  maser  as  a  standard  of 
frequency.  IRE  Trans.  Instr.  1-11,  No.  1,  26-30, 

June  1962   5-73 

Barnes,  J.  and  Wainwright,  A. 

A  precision  pulse-operated  electronic  phase 
shifter  and  frequency  translator.  Proc.  IEEE  53, 

No.  12,  2143-2144,  December  1965   5-113 

Barnes,  J.,  Beehler,  R.,  Halford,  D.,  Harrach,  R., 
Allan,  D.,  Glaze,  D.,  Snider,  C,  Vessot,  R.,  Peters, 
H.,  Vanier,  J.,  Cutler,  L.,  and  Bodily,  L. 

An  intercomparison  of  atomic  standards.  Proc. 

IEEE  54,  No.  2,  301-302,  February  1966   5-114 

Barnes,  J.,  Vessot,  R.,  Peters,  H.,  Vanier,  J.,  Beeh- 
ler, R.,  Halford,  D.,  Harrach,  R.,  Allan,  D.,  Glaze, 
D.,  Snider,  C,  Cutler,  L.,  and  Bodily,  L. 

An  intercomparison  of  hydrogen  and  cesium 
frequency  standards.  IEEE  Trans.  IM-15,  No.  4, 

165-176,  December  1966   5-128 

Barnes,  J.  A.  and  Glaze  D.  J. 

Improvements  in  cesium  beam  frequency  stand- 
ards. Progress  in  Radio  Science  1966-1969,  Part 
1,  Proc.  XVIth  General  Assembly  of  URSI,  Ot- 
tawa,   Canada,    C.    E.    White,    Editor.  (In 

press)    5-196 A 

Barnes,  J.  A.,  and  Fey,  R.  L. 

Synchronization  of  two  remote  atomic  time 
scales.  Proc.  IEEE  51,  No.  11,  1665,  November 

1963   5-204 

Barnes,  J.  A.,  Bonanomi,  J.,  Kartaschoff,  P.,  New- 
man, J.,  and  Atkinson,  W.  R. 

A  comparison  of  the  TA-1  and  the  NBS-A 
atomic  time  scales.  Proc.  IEEE  52,  No.  4,  439, 
April  1964   5-205 


Volume  and  Page 

Barnes,  J.  A.,  Andrews,  D.  H.,  and  Allan,  D.  W. 
The  NBS-A  time  scale — its  generation  and  dis- 
semination. IEEE  Trans.  IM-14,  No.  4,  228-232, 
December  1965    5-212 

Barnes,  J.  A.,  Fey,  L.,  and  Allan,  D.  W. 

An  analysis  of  a  low  information  rate  time  con- 
trol unit.  Proc.  20th  Ann.  Symp.  on  Freq.  Contr. 
(U.S.  Army  Electronics  Command,  Ft.  Mon- 
mouth,  N.J.,   Apr.  19-21,  1966),  pp.  629-635, 

1966   5-217 

Barnes,  J.  A. 

The  development  of  an  international  atomic  time 
scale.   Proc.  IEEE   55,   No.   6,  822-826,  June 

1967    5-231 

Barnes,  J.  A.,  and  Allan,  D.  W. 

An  approach  to  the  prediction  of  coordinated 
universal  time.  Frequency,  5,  No.  6,  15-20,  Nov./ 
Dec.  1967    5-236 

Barnes,  J.  A.,  Allen,  D.  W.,  Fey,  L.,  and  Machlan, 

H.  E. 

An  ultra-precise  time  synchronization  system  de- 
signed by  computer  simulation.  Frequency,  6, 
No.  1,  11-14,  January  1968    5-242 

Barnes,  J.  A.,  Hudson,  G.  E.,  Allan,  D.  W.,  Hall, 

R.  G,  Lavanceau,  J.  D.,  and  Winkler,  G.  M.  R. 
A  coordinate  frequency  and  time  system.  Proc. 
of  the  23rd.  Ann.  Symp.  on  Freq.  Contr.  (U.S. 
Army  Electronics  Command,  Ft.  Monmouth, 
N.J.,  May  6-8,  1969)  pp.  250-262,  1969   5-250 

Barnes,  J.  A.,  and  Mockler,  R.  C. 

The  power  spectrum  and  its  importance  in 
precise  frequency  measurements.  IRE  Trans. 
Inst.  1-9,  No.  2,  149-155,  September  1960   5-429 

Barnes,  J.  A.,  and  Heim,  L.  E. 

A  high-resolution  ammonia-maser-spectrum  ana- 
lyzer. IRE  Trans.  Instr.  1-10,  No.  1,  4-8,  June 
1961   5-436 

Barnes,  J.  A.,  and  Allan,  D.  W. 

Effects  of  long-term  stability  on  the  definition 
and  measurement  of  short-term  stability.  Proc. 
IEEE-NASA  Symposium  on  Short-Term  Fre- 
quency Stability,  Washington,  D.C.,  November 
23-24,  1964,  NASA  SP  80,  119-123,  1965   5-444 

Barnes,  J.  A.,  and  Allan,  D.  W. 

A  statistical  model  of  flicker  noise.  Proc.  IEEE 
54,  No.  2,  176-178,  February  1966   5-449 

Barnes,  J.  A. 

Atomic  timekeeping  and  the  statistics  of  preci- 
sion signal  generators.  Proc.  IEEE  54,  No.  2, 
207-220,  February   1966   5-452 

Barnes,  J.  A.,  Halford,  D.,  and  Wainwright,  A.  E. 
Flicker  noise  of  phase  in  RF  amplifiers  and  fre- 
quency multipliers:  characterization,  cause,  and 
cure.  Proc.  of  the  22nd.  Ann.  Symp.  on  Freq. 
Contr.  (U.S.  Army  Electronics  Command,  Ft. 
Monmouth,  N.  J.,  Apr.  22-24,  1968)  pp.  340-341, 

1968    5-477 


538 


Author  Index — Continued 


Volume  and  Page 


Volume  and  Page 


Barnes,  J.  A. 

Tables  of  bias  functions,  B,  and  B.,  for  variances 
based  on  finite  samples  of  processes  with  power 
law  spectral  densities.  NBS  Technical  Note  375, 
43  pages,  January  1969    5-479 

Barnes,  J.  A.,  and  Allan,  D.  W. 

Some  statistical  properties  of  LF  and  VLF 
propagation.  AGARD  Conference  Proc.  No.  33, 
Phase  and  Frequency  Instability  in  Electromag- 
netic Wave  Propagation,  Chap.  15  Technivision 
Services,  Slough,  England  (In  press)  5-521 A 

Barnes,  J.  A.,  and  Hudson,  G.  E. 

Clock  error  statistics  as  a  renewal  process.  Proc. 
22nd  Ann.  Symp.  on  Freq.  Contr.  (U.S.  Army 
Electronics  Command,  Ft.  Monmouth,  N.  J., 
April  22-24,  1968)  pp.  384-418,  1968  _     .__  5-522A 

Beatty,  R.  W.,  et  al 

Time  and  frequency.  Commission  1,  Progress  in 
radio  measurement  methods  and  standards. 
Radio  Science,  4,  No.  7,  pp.  579-590,  July 
1969   5-391 

Becker,  G. 

Von  der  astronomischen  zur  atomphysikalischen 
definition  der  sekunde.  PTB-Mitteilungen,  No.  4, 
315-323,  and  No.  5,  415-419,  1966  (In  Ger- 
man)   5-263 A 

Beehler,  R.  E.,  Atkinson,  W.  R.,  Heim,  L.  E.,  and 

Snider,  C.  S. 

A  comparison  of  direct  and  servo  methods  for 
utilizing  cesium  beam  resonators  as  frequency 
standards.  IRE  Trans.  Instr.  1-11,  Nos.  3  and  4, 
231-238,  December  1962   5-78 

Beehler,  R.  E.,  Mockler,  R.  C,  and  Richardson,  J.  M. 
Cesium  beam  atomic  time  and  frequency  stand- 
ards. Metrologia  1,  No.  3,  114-131,  July  1965  __  5-95 

Beehler,  R.,  Halford,  D.,  Harrach,  R.,  Allan,  D., 

Glaze,  D.,  Snider,  C,  Barnes,  J.,  Vessot,  R.,  Peters, 

H.,  Vanier,  J.,  Cutler,  L.,  and  Bodily,  L. 

An  intercomparison  of  atomic  standards.  Proc. 
IEEE  54,  No.  2,  301-302,  February  1966   5-114 

Beehler,  R.  E.  and  Glaze,  D.  J. 

The  performance  and  capability  of  cesium  beam 
frequency  standards  at  the  National  Bureau  of 
Standards.  IEEE  Trans.  IM-15,  Nos.  1  and  2, 
48-55,  March  and  June  1966    5-116 

Beehler,  R.  E.,  and  Glaze,  D.  J. 

Evaluation  of  a  thallium  atomic  beam  frequency 
standard  at  the  National  Bureau  of  Standards. 
IEEE  Trans.  IM-15,  Nos.  1  and  2,  55-58,  March 
and  June,  1966   5-124 

Beehler,  R.,  Vessot,  R.,   Peters,  H.,  Vanier,  J., 

Halford,  D.,  Harrach,  R.,  Allan,  D.,   Glaze,  D., 

Snider,  C,  Barnes,  J.,  Cutler,  L.,  and  Bodily,  L. 
An  intercomparison  of  hydrogen  and  cesium 
frequency  standards.  IEEE  Trans.  IM-15,  No.  4, 
165-176,  December  1966    5-128 


Beehler,  R.  E. 

A  historical  review  of  atomic  frequency  stand- 
ards. Proc.  IEEE,  55,  No.  6,  792-805,  June  1967  5-152 

Blair,  B.  E.,  Morgan,  A.  H.,  and  Crow,  E.  L. 
International   comparison   of   atomic  frequency 
standards  via  VLF  radio  signals.  Radio  Sci.  J. 
Res.  NBS/USNC-URSI   69D,   No.   7,  905-914, 
July  1965   5-313 

Blair,  B.  E.,  and  Morgan,  A.  H. 

Control  of  WWV  and  WWVH  standard  frequen- 
cy broadcasts  by  VLF  and  LF  signals.  Radio 
Sci.  J.  Res.  NBS/USNC-URSI  69D,  No.  7, 
915-928,  July  1965    5-323 

Blair,  B.  E.,  Crow,  E.  L.,  and  Morgan,  A.  H. 
Five  years  of  VLF  worldwide  comparison  of 
atomic  frequency  standards.   Radio  Science,  2 
(New  Series),  No.  6,  627-636,  June  1967   5-360 

Blair,  B.  E.,  Jespersen,  J.,  and  Kamas,  G. 

VLF  precision  timekeeping  potential.  Progress 
in  radio  science  1966-1969.  Part  1,  Proc.  XVIth 
General  Assembly  of  URSI,  Ottawa,  Canada 
C.  E.  White,  Editor.  (In  press)    5-426A 

Blair,  B.  E. 

Selected  references  on  frequency  and  time,  1960- 
1970.  Special  list  prepared  by  author  at  NBS 

Boulder  Labs.   5-524 

Bodily,  L.,  Beehler,  R.,  Halford,  D.,  Harrach,  R., 
Allan,  D.,  Glaze,  D.,  Snider,  C,  Barnes,  J.,  Vessot, 
R.,  Peters,  H.,  Vanier,  J.,  and  Cutler,  L. 

An  intercomparison  of  atomic  standards.  Proc. 

IEEE  54,  No.  2,  301-302,  February  1966   5-114 

Bodily,  L.,  Vessot,  R.,  Peters,  H.,  Vanier,  J.,  Beeh- 
ler, R.,  Halford,  D.,  Harrach,  R.,  Allan,  D.,  Glaze, 
D.,  Snider,  C,  Barnes,  J.,  and  Cutler,  L. 

An  intercomparison  of  hydrogen  and  cesium  fre- 
quency standards.  IEEE  Trans.  IM-15,  No.  4, 

165-176,  December  1966    5-128 

Bodily,  L.  N.,  Hartke,  D.,  and  Hyatt,  R.  C. 

World-wide  time  synchronization.  Hewlett-Pack- 
ard Journal  17,  No.  12,  13-20,  August  1966  5-423A 
Bonanomi,  J.,  Kartaschoff,  P.,  Newman,  J., 
Barnes,  J.  A.  and  Atkinson,  W.  R. 

A  comparison  of  the  TA-1  and  the  NBS-A 
atomic  time  scales.  Proc.  IEEE  52,  No.  4,  439, 

April  1964    5-205 

Bottone,  P.  W.,  Gatterer,  L.  E.,  and  Morgan,  A.  H. 
Worldwide  clock  synchronization  using  a  syn- 
chronous satellite.  IEEE  Transactions  on  Instru- 
mentation and  Measurement.  IM-17,  No.  4,  372- 

378.  Dec.  1968    5-384 

Brown,  W.  W..  Watt,  A.  D.,  Plush,  R.  W.,  and 
Morgan,  A.  H. 

Worldwide  VLF  standard  frequency  and  time 
signal  broadcasting.  J.  Res.  NBS  Radio  Prop. 
65D,  No.  6,  617-627,  November-December  1961_5-297 


539 


Author  Index — Continued 


Volume  and  Page 


Volume  and  Page 


Chaslain,  C,  DePrins,  J.,  and  Andrews,  D.  H. 
Reception  of  low-frequency  time  signals.  Fre- 
quency 6,  No.  9,  pp.  13-21,  September  1968  __  5-375 
Crow,  E.  L.,  Morgan,  A.  H.,  and  Blair,  B.  E. 
International  comparison  of  atomic  frequency 
standards  via  VLF   radio  signals.  Radio  Sci. 
J.  Res.  NBS/USNC-URSI  69D,  No.  7,  905-914, 

July  1965   5-313 

Crow,  E.  L.,  Blair,  B.  E.,  and  Morgan,  A.  H. 
Five  years  of  VLF  worldwide  comparison  of 
atomic  frequency  standards.  Radio   Science,  2 

(New  Series),  No.  6,  627-636,  June  1967   5-360 

Cutler,  L.,  Beehler,  R.,  Harford,  D.,  Harrach,  R, 
Allan,  D.,  Glaze,  D.,  Snider,  Barnes,  J.,  Vessot, 
R.,  Peters,  H.,  Vanier,  J.,  and  Bodily,  L. 

An  intercomparison  of  atomic  standards.  Proc. 

IEEE  54,  No.  2,  301-302,  February  1966   5-114 

Cutler,  L.,  Vessot,  R.,  Peters,  H.,  Vanier,  J.,  Beeh- 
ler, R.,  Halford,  D.,  Harrach,  R.,  Allan,  D.,  Glaze, 
D.,  Snider,  C,  Barnes,  J.,  and  Bodily,  L. 

An  intercomparison  of  hydrogen  and  cesium  fre- 
quency standards.  IEEE  Trans.  IM-15,  No.  4, 

165-176,  December  1966   5-128 

Cutler,  L.  S.,  and  Searle,  C.  L. 

Some  aspects  of  the  theory  and  measurement  of 
frequency  fluctuations  in  frequency  standards. 
Proc.  IEEE  54,  No.  2,  136-154,  February 
1966    5-520A 


D 


Daams,  H,  Mungall,  A.  G.,  and  Bailey,  R. 

Note  on  atomic  timekeeping  at  the  National  Re- 
search Council.  Metrologia,  5,  No.  3,  pp.  73-76, 
July  1969    5-264A 

Davis,  T.  L.,  and  Doherty,  H. 

Widely  separated  clocks  with  microsecond  syn- 
chronization and  independent  distribution  sys- 
tems. 1960  IRE  WESCON  Convention  Record, 
4,  3-17,  Part  5,  IRE  (IEEE),  N.Y.,  1960   5-267 

DePrins,  J.,  Chaslain,  C,  and  Andrews,  D.  H. 
Reception  of  low-frequency  time  signals.  Fre- 
quency, 6„  No.  9,  pp.  13-21,  September  1968  __  5-375 

Doherty,  R.  H,  and  Davis,  T.  L. 

Widely  separated  clocks  with  microsecond  syn- 
chronization and  independent  distribution  sys- 
tems. 1960  IRE  WESCON  Convention  Record,  4 
3-17,  Part  5,  IRE  (IEEE),  N.Y.,  1960   5-267 

Doherty,  R.  H,  Hefley,  G.,  and  Linfield,  R.  F. 
Timing  potentials  of  Loran-C.  Proc.  IRE  49,  No. 
11,   1659-1673,  November  1961   5-282 


E 


Essen,  L. 

Time   scales.   Metrologia,   4,   No.   4,   pp.  161- 
165  October  1968    5-264A 


Fey,  R.  L.,  Newman,  J.,  and  Atkinson,  W.  R. 
A  comparison  of  two  independent  atomic  time 
scales.  Proc.  IEEE  51,  No.  3,  498-499,  March 
1963   5-199 

Fey,  L.,  and  Barnes,  J.  A. 

Synchronization  of  two  remote  atomic  time 
scales.  Proc.  IEEE  51,  No.  11,  1665,  November 
1963   5-204 

Fey,  L.,  Barnes,  J.  A.,  and  Allan,  D.  W. 

An  analysis  of  a  low  information  rate  time  con- 
trol unit.  Proc.  of  the  20th  Ann.  Symp.  on  Freq. 
Control,  (U.S.  Army  Electronics  Command,  Ft. 
Monmouth,  N.J.,  Apr.  19-21,  1966),  629-635, 
1966   5-217 

Fey,  L.,  Allan,  D.  W.,  Machlan,  H.  E.,  and  Barnes, 

J.  A. 

An  ultra-precise  time  synchronization  system  de- 
signed by  computer  simulation.  Frequency,  6, 
No.  1,   11-14,  January  1968   5-242 

Fey,  R.  L.,  Milton,  J.  B.,  and  Morgan,  A.  H. 
Remote  phase  control  of  radio  station  WWVL. 
Nature   193,   No.   4820,   1063-1064,  March  17, 
1962   5-308 

Fey,  L.,  and  Looney,  C.  H.,  Jr. 

A  dual  frequency  VLF  timing  system.  IEEE 
Trans.  IM-15,  No.  4,  190-195,  December  1966__  5-344 

Fey,  L.,  Atkinson,  W.  R.,  and  Newman,  J. 

Spectrum  analysis  of  extremely  low  frequency 
variations  of  quartz  oscillators.  Proc.  IEEE  51, 
No.  2,  379,  February  1963   5-441 

Fey,  L.,  Atkinson,  W.  R.,  and  Newman,  J. 

Obscurities  of  oscillator  noise.  Proc.  IEEE  52, 
No.  1,  104-105,  January  1964   5-442 


Gatterer,  L.  E.,  Jespersen,  J.  L.,  Kamas,  G.,  and 

MacDoran,  P.  F. 

Satellite  VHF  transponder  time  synchronization 
Proc.  IEEE,  56,  No.  7,  1201-1206,  July  1968  __  5-370 

Gatterer,  L.  E.,  Bottone,  P.  W..  and  Morgan,  A.  H. 
Worldwide  clock  synchronization  using  a  syn- 
chronous satellite.  IEEE  Transactions  on  instru- 
mentation and  measurement,  IM-17,  No.  4 
372-378,  December  1968   5-384 

Glaze,  D.,  Beehler,  R,  Halford,  D.,  Harrach,  R., 

Allan,  D.,  Snider,  C,  Barnes,  J.,  Vessot,  R.,  Peters, 

H,  Vanier,  J.,  Cutler,  L.,  and  Bodily,  L. 

An  intercomparison  of  atomic  standards.  Proc. 
IEEE  54,  No.  2,  301-302,  February  1966    5-114 

Glaze,  D.  J.,  and  Beehler,  R.  E. 

The  performance  and  capability  of  cesium  beam 
frequency  standards  at  the  National  Bureau  of 
Standards.  IEEE  Trans.  IM-15,  Nos.  1  and  2, 
48-55,  March  and  June  1966   5-116 


540 


Author  Index — Continued 


Volume  and  Page 


Volume  and  Page 


Glaze,  D.  J.,  and  Beehler,  R.  E. 

Evaluation  of  a  thallium  atomic  beam  frequency 
standard  at  the  National  Bureau  of  Standards. 
IEEE  Trans.  IM-15,  Nos.  1  and  2,  55-58,  March 

and  June  1966   5-124 

Glaze,  D.,  Vessot,  R.,  Peters,  H.,  Vanier,  J.,  Beeh- 
ler, R.,  Halford,  D.,  Harrach,  R.,  Allan,  D.,  Snider, 
C.,  Barnes,  J.,  Cutler,  L.,  and  Bodily,  L. 

An  intercomparison  of  hydrogen  and  cesium  fre- 
quency standards.  IEEE  Trans.  IM-15,  No.  4, 

165-176,  December  1966   5-128 

Glaze,  D.  J.,  and  Barnes,  J.  A. 

Improvements  in  cesium  beam  frequency  stand- 
ards. Progress  in  Radio  Science  1966-1969,  Part 
1,  Proc.  XVIth  General  Assembly  of  URSI,  Ot- 
tawa, Canada,  C.  E.  White,  Editor  (in  press).  5-196A 
Guetrot,  A.,  Higbie,  L.  S.,  Lavanceau,  J.,  and 
Allan,  D.  W. 

An  application  of  statistical  smoothing  tech- 
niques on  VLF  signals  for  comparison  of  time 
between  USNO  and  NBS,  Proc.  of  the  23rd.  Ann. 
Symp.  on  Freq.  Contr.  (U.S.  Army  Electronics 
Command,  Ft.  Monmouth,  N.  J.,  May  6-8,  1969), 
p.  248,  1969   5-519 


H 


Halford,  D.,  Beehler,  R.,  Harrach,  R.,  Allan,  D., 
Glaze,  D.,  Snider,  C,  Barnes,  J.,  Vessot,  R.,  Peters, 
H.,  Vanier,  J.,  Cutler,  L.,  and  Bodily,  L. 

An  intercomparison  of  atomic  standards.  Proc. 

IEEE  54,  No.  2,  301-302,  February  1966   5-114 

Halford,  D.,  Vessot,  R.,  Peters,  H.,  Vanier,  J., 
Beehler,  R.,  Harrach,  R.,  Allan,  D.,  Glaze,  D.  Sni- 
der.  C,   Barnes,  J.,   Cutler,  L.,   and   Bodily,  L. 
An  intercomparison  of  hydrogen  and  cesium  fre- 
quency standards.  IEEE  Trans.  IM-15,  No.  4, 

165-176,  December  1966   5-128 

Halford,  D.,  Wainwright,  A.  E.,  and  Barnes,  J.  A. 
Flicker  noise  of  phase  in  RF  amplifiers  and  fre- 
quency multipliers:  characterization,  cause,  and 
cure.  Proc.  of  the  22nd  Ann.  Symp.  on  Freq. 
Contr.  (U.S.  Army  Electronics  Command,  Ft. 
Monmouth,  N.  J.,  Apr.  22-24,  1968)  pp.  340-341, 

1968   5-477 

Hall,  J.  L.,  and  Barger,  R.  L. 

Pressure  shift  and  broadening  of  methane  line 
at  3.39/i  studied  by  laser-saturated  molecular  ab- 
sorption. Physical  Review  Letters,  22,  No.  1, 
4-8  January  6,  1969   5-166 


Hall,  J.  L.,  and  Barger,  R.  L. 

Use  of  laser-saturated  absorption  of  methane  for 
laser  frequency  stabilization.  Proc.  of  the  23rd 
Ann.  Symp.  on  Freq.  Cont.  (U.S.  Army  Elec- 
tronics Command,  Ft.  Monmouth,  N.  J.,  May  6-8, 

1969)   pp.  306,  1969   5-171 

Hall,  R.  G.,  Hudson,  G.  E.,  Allan,  D.  W.,  Barnes,  J.  A., 
Lavanceau,  J.  D.,  and  Winkler,  G.  M.  R. 

A  coordinate  frequency  and  time  system.  Proc. 
of  the  23rd  Ann.  Symp.  on  Freq.  Contr.  (U.S. 
Army  Electronics  Command  Ft.  Monmouth,  N.  J., 

May  6-8,  1969)  pp.  250-262,  1969   5-250 

Harrach,  R.,  Beehler,  R.,  Halford,  D.,  Allan,  D., 
Glaze,  D.,  Snider,  C,  Barnes,  J.,  Vessot,  H.,  Peters, 
H.,  Vanier,  J.,  Cutler,  L.,  and  Bodily  L. 

An  intercomparison  of  atomic  standards.  Proc. 

IEEE  54,  No.  2,  301-302,  February  1966   5-114 

Harrach,  R.,  Vessot,  R.,  Peters,  H.,  Vanier,  J., 
Beehler,  R.,  Halford,  D.,  Allan,  D.,  Glaze,  D.,  Sni- 
der, C,  Barnes,  J.,  Cutler,  L.,  and  Bodily,  L. 
An  intercomparison  of  hydrogen  and  cesium  fre- 
quency standards.  IEEE  Trans.  IM-15,  No.  4, 

165-176,  December  1966   5-128 

Harrach,  R.  J. 

Some  Accuracy  limiting  effects  in  an  atomic 
beam  frequency  standard.  Proc.  20th  Annual 
Symposium  on  Frequency  Control,  (U.S.  Army 
Electronics    Command,   Ft.    Monmouth,    N.  J., 

Apr.  19-21,  1966),  pp.  424-435,  1966    5-140 

Harrach,  R.  J. 

On  the  natural  shift  of  a  resonance  frequency. 
NBS  Technical  Note  346,  pp.  32,  September  29, 

1966   5-173A 

Hartke,  D.,  Bodily,  L.  N.,  and  Hyatt,  R.  C. 

World-wide  time  synchronization.  Hewlett-Pack- 
ard Journal  17,  No.  12,  13-20,  August  1966  5-423A 
Hefley,  G.,  Doherty,  R.  H.,  and  Linfield,  R.  F. 
Timing  potentials  of  Loran-C.  Proc.  IRE  49,  No. 

11,  1659-1673,  November  1961  5-282 

Heim,  L.,  Beehler,  R.  E.,  Atkinson,  W.  R.,  and 
Snider,  C.  S. 

A  comparison  of  direct  and  servo  methods  for 
utilizing  cesium  beam  resonators  as  frequency 
standards.  IRE  Trans.  Instr.  1-11,  Nos.  3  and  4, 

231-238,  December  1962   5-78 

Heim,  L.  E.,  and  Barnes,  J.  A. 

A  high-resolution  ammonia-maser-spectrum  an- 
alyzer, IRE  Trans.  Instr.  1-10,  No.  1,  4-8,  June 

1961  5-436 

Hellwig,  H.,  and  Pannaci,  E. 

Automatic  Tuning  of  Hydrogen  Masers.  Proc. 
IEEE,  55,  No.  4,  pp.  551-552,  April  1967  ___  5-172A 
Hellwig,  H.,  McKnight,  R.,  Pannaci,  E.,  and  Wil- 
son, G. 

Barium  oxide  beam  tube  frequency  standard. 
Proc.  22nd  Ann.  Symp.  on  Freq.  Contr.  (U.S. 
Army  Electronics  Command,  Ft.  Monmouth, 
N.  J.,  Apr.  22-24,  1968)  pp.  529-538,  1968  —  5-175 A 


541 


Author  Index — Continued 


Volume  and  Page 

Higbie,  L.  S.,  Guetrot,  A.,  Lavanceau,  J.,  and  Allan, 
D.  W. 

An  application  of  statistical  smoothing  tech- 
niques on  VLF  signals  for  comparison  of  time 
between  USNO  and  NBS.  Proc.  of  the  23rd  Ann. 
Symp.  on  Freq.  Contr.,  (U.S.  Army  Electronics 


Command.  Ft.  Monmouth,  N.  J.,  May  6-8,  1969), 

p.  248,  1969   5-519 

Hudson,  G.  E.,  and  Atkinson,  W. 

On  the  redefinition  of  the  second  and  the  veloc- 
ity of  light.  IEEE  Trans.  IM-12,,  No.  1,  44-46, 
June  1963   5-201 

Hudson,  G.  E., 

Of  time  and  the  atom.  Phys.  Today  34,  34-38, 
August  1965,  and  addendum   5-206 

Hudson,  G.  E. 

Some  characteristics  of  commonly  used  time 
scales.  Proc.  IEEE  55,  No.  6,  815-821,  June 
1967   5-224 


Hudson,  G.  E.,  Allan,  D.  W.,  Barnes,  J.  A.,  Hall, 

R.  G.,  Lavanceau,  J.  D.,  and  Winkler,  G.  M.  R. 
A  coordinate  frequency  and  time  system.  Proc. 
23rd.  Ann.  Symp.  on  Freq.  Contr.  (U.S.  Army 
Electronic  Command  Ft.  Monmouth,  N.  J.,  May 
6-8,  1969)  pp.  250-262,  1969   5-250 

Hudson,  G.  E.,  and  Barnes,  J.  A. 

Clock  error  statistics  as  a  renewal  process.  Proc. 
22nd.  Ann.  Symp.  on  Freq.  Contr.  (U.S.  Army 
Electronics  Command,  Ft.  Monmouth,  N.  J., 
April  22-24,  1968)  pp.  384-418,  1968    5-522A 

Hyatt,  R.  C,  Bodily,  L.  N.,  and  Hartke,  D. 

World-wide  time  synchronization.  Hewlett-Pack- 
ard Journal  17,  No.  12,  13-20,  August  1966  _  5-423A 


K 

Volume  and  Page 

Kamas,  G.,  Jespersen,  J.  L.,  and  Morgan,  A.  H. 
New  measurements  of  phase  velocity  at  VLF. 
Radio  Science,  1  (New  Series),  No.  12,  1409- 
1410,  December  1966   5-342 

Kamas,  G.,  Jespersen,  J.  L.,  Gatterer,  L.  E.,  and 

MacDoran,  P.  F. 

Satellite  VHF  transponder  time  synchronization 
Proc.  IEEE,  56,  No.  7,  1201-1206,  July  1968  5-370 

Kamas,  G.,  Jespersen,  J.  L.,  and  Morgan,  A.  H. 
VLF  propagation  over  distances  between  200  and 
1500  km.  Inst.  Elec.  Engrs.  (London),  Confer- 
ence Publ.  No.  36,  pp.  74-80,  1967    5-425A 

Kamas,  G.,  Jespersen,  J.  L.,  and  Blair,  B.  E. 

VLF  precision  timekeeping  potential.  Progress  in 
Radio  Science,  Part  I,  Proc.  16th  General  Assem- 
bly of  URSI,  Ottawa,  Canada,  C.  E.  White,  Edi- 
tor. (In  press)    5-426 A 

Kartaschoff,  P.,  Bonanomi,  J.,  Newman,  J., 

Barnes,  J.  A.,  and  Atkinson,  W.  R. 

A  comparison  of  the  TA-1  and  the  NBS-A 
atomic  time  scales.  Proc.  IEEE  52,  No.  4,  439, 


April  1964   5-205 

Kovalevsky,  J. 

Astronomical  time.  Metrologia  1,  No.  4,  169-180, 
October  1965    5-263A 


L 


J 

Jespersen,  J.  L.,  Kamas,  G.,  and  Morgan,  A.  H. 
New  measurements  of  phase  velocity  at  VLF. 
Radio  Science,  1   (New  Series),  No.  12,  1409- 
1410,  December  1966   5-342 

Jespersen,  J.  L.,  Kamas,  G.  Gatterer,  L.  E.,  and 

MacDoran,  P.  F. 

Satellite  VHF  transponder  time  synchronization. 
Proc.  IEEE,  56,  No.  7,  1201-1206,  July  1968  5-370 

Jespersen,  J.  L. 

Signal  design  for  time  dissemination:  some  as- 
pects. NBS  Technical  Note  357,  pp.  42,  Nov.  2, 
1967    5-424A 

Jespersen,  J.  L.,  Kamas,  G.,  and  Morgan,  A.  H. 
VLF  propagation  over  distances  between  200  and 
1500  km.  Inst.  Elec.  Engrs.,  (London),  Confer- 
ence Publ.  No.  36,  pp.  74-80,  1967    5-425A 

Jespersen,  J.  L.,  Blair,  B.,  and  Kamas,  G. 

VLF  precision  timekeeping  potential.  Progress  in 
Radio  Science,  Part  1,  Proc.  16th  General  Assem- 
bly of  URSI,  Ottawa,  Canada,  C.  E.  White,  Edi- 
tor. (In  press)    5-426 A 


Lavanceau,  J.  D.,  Allan,  D.  W.,  Barnes,  J.  A.,  Hall, 

R.  G.,  Winkler,  G.  M.  R.,  and  Hudson,  G.  E. 
A  coordinate  frequency  and  time  system.  Proc. 
of  the  23rd  Ann.  Symp.  on  Freq.  Contr.  (U.S. 
Army  Electronics  Command,  Ft.  Monmouth, 
N.  J.,  May  6-8,  1969)  pp.  250-262,  1969   5-250 

Lavanceau,  J.  D.,  Allan,  D.  W.,  Guetrot,  A.,  and 

Higbie,  L.  S. 

An  application  of  statistical  smoothing  tech- 
niques on  VLF  signals  for  comparison  of  time  be- 
tween USNO  and  NBS.  Proc.  of  the  23rd.  Ann. 
Symp.  on  Freq.  Contr.  (U.S.  Army  Electronics 
Command,  Ft.  Monmouth,  N.  J.,  May  6-8,  1969) 
p.  248,  May  1969   5-519 

Lincoln,  R.  N.,  Baghdady,  E.  J.,  and  Nelin,  B.  D. 
Short-term  frequency  stability:  characterization, 
theory,  and  measurement.  Proc  IEEE  53,  No.  7, 
704-722,  July  1965    5-520A 

Linfield,  R.  F.,  Doherty,  R.  H.,  and  Hefley,  G. 
Timing  potentials  of  Loran-C.  Proc.  IRE  49, 
No.  11,  1659-1673,  November  1961   5-282 

Looney,  C.  H.,  Jr.,  and  Fey,  L. 

A  dual  frequency  VLF  timing  system.  IEEE 
Trans.  IM  15,  No.  4,  190-195,  December  1966  _  5-344 


542 


Author  Index — Continued 


M 


Volume  and  Page 

McCoubrey,  A.  0. 

The  relative  merits  of  atomic  frequency  stand- 
ards.  Proc.   IEEE   55,   No.   6,   805-814,  June 

1967   5-174A 

McKnight,  R.,  Hellwig,  H.,  Pannaci,  E.,  and  Wil- 
son, G. 

Barium  oxide  beam  tube  frequency  standard. 
Proc.  22nd  Ann.  Symp.  on  Freq.  Contr.  (U.S. 
Army  Electronics  Command,  Ft.  Monmouth, 
N.  J.,  Apr.  22-24,  1968)  pp.  529-538,  1968  __5-175A 

MacDoran,  P.  F.,  Jespersen,  J.  L.,  Kamas,  G.,  and 

Gatterer,  L.  E. 

Satellite  VHF  transponder  time  synchronization 
Proc.  IEEE,  56,  No.  7,  1201-1206,  July  1968  __5-370 

Machlan,  H.  E.,  Allan,  D.  W.,  Fey  L.,  and  Barnes, 

J.  A. 

An  ultra-precise  time  synchronization  system  de- 
signed by  computer  simulation.  Frequency,  6, 
No.  1,  pp.  11-14,  January  1968   5-242 

Milton,  J.  B.,  Fey,  R.  L.,  and  Morgan,  A.  H. 

Remote  phase  control  of  radio  station  WWVL. 
Nature  193,  No.  4820,  1063-1064,  March  17, 
1962   5-308 

Milton,  J.  B. 

Standard  time  and  frequency:  its  generation,  con- 
trol, and  dissemination  from  the  NBS  Time  and 
Frequency  Division.  NBS  Technical  Note  379, 
pp.  27,  August  1969   5-393 

Mockler,  R.  C. 

Atomic  beam  frequency  standards.  Advances  in 
Electron,  and  Electron  Phys.  15,  1-71,  1961  5-1 

Mockler,  R.  C,  Beehler,  R.  E.,  and  Richardson, 

J.  M. 

Cesium  beam  atomic  time  and  frequency  stand- 
ards. Metrologia  1,  No.  3,  114-131,  July  1965  ___  5-95 

Mockler,  R.  C,  and  Barnes,  J.  A. 

The  power  spectrum  and  its  importance  in  pre- 
cise frequency  measurements.  IRS  Trans.  Instr. 
1-9,  No.  2,  149-155,  September  1960   5-429 

Morgan,  A.  H.,  Watt,  A.  D.,  Plush,  R.  W.,  and 

Brown,  W.  W. 

Worldwide  VLF  standard  frequency  and  time 
signal  broadcasting.  J.  Res  NBS  (Radio  Prop.) 
65d,  No.  6,  617-627,  November-December  1961_5-297 

Morgan,  A.  H.,  and  Fey,  R.  L.,  and  Milton,  J.  B. 
Remote  phase  control  of  radio  station  WWVL. 
Nature  193,  No.  4820,  1063-1064,  March  17, 
1962   5-308 

Morgan,  A.  H.,  and  Baltzer,  O.  J. 

A  VLF  timing  experiment.  J.  Res.  NBS/USNC- 
URSI  68D,  No.  11,  1219-1222,  November  1964  _  5-309 

Morgan,  A.  H.,  Crow,  E.  L.,  and  Blair,  B.  E. 
International  comparison  of  atomic  frequency 
standards  via  VLF  radio  signals.  (Radio  Sci.) 
J.  Res.  NBS/USNC-URSI  69D,  No.  7,  905-914, 
July  1965   5-313 


Volume  and  Page 

Morgan,  A.  H.,  and  Blair,  B. 

Control  of  WWV  and  WWVH  standard  fre- 
quency broadcasts  by  VLF  and  LF  signals. 
(Radio  Sci.)  J.  Res.  NBS/USNC-NRSI  69D, 
No.  7,  915-928,  July  1965   5-323 

Morgan,  A.  H.,  Kamas,  G.,  and  Jespersen,  J.  L. 
New  measurements  of  phase  velocity  at  VLF. 
Radio  Science  1  (New  Series),  No.  12,  1409- 
1410,  December  1966   5-342 

Morgan,  A.  H. 

Distribution  of  standard  frequency  and  time 
signals.  Proc.  IEEE  55,  No  6,  827-836,  June 
1967   5-350 

Morgan,  A.  H.,  Blair,  B.  E.,  and  Crow,  E.  L. 
Five  years  of  VLF  worldwide  comparison  of 
atomic  frequency   standards.   Radio   Science  2 
(New  Series),  No.  6,  627-636,  June  1967   5-360 

Morgan,  H.,  Gatterer,  L.  E.,  and  Bottone,  P.  W. 
Worldwide  clock  synchronization  using  a  syn- 
chronous satellite.  IEEE  Trans,  on  Instr.  and 
Meas.,  IM-17,  No.  4  372-378  December  1968__  5-384 

Morgan,  A.  H.,  Jespersen,  J.  L.,  and  Kamas,  G. 
VLF  propagation  over  distances  between  200  and 
1500  km.  Inst.  Elec.  Engrs.  (London),  Confer- 
ence Publ.  No.  36,  pp.  74-80,  1967    5-425A 

Mungall,  A.  G.,  Daams,  H.,  and  Bailey,  R. 

Note  on  atomic  timekeeping  at  the  National  Re- 
search Council.  Metrologia  5,  No.  3,  pp.  73-76, 
July  1969    5-264A 


N 

NBS 

Atomic  second  adopted  as  international  unit  of 
time.  NBS  Tech.  News  Bull.  52,  No.  1,  10-12, 

January    1968   5-246 

Nation  gets   unified  time  system.  NBS  Tech. 
News.  Bull.  53,  No.  2,  pp.  34,  February  1969  __  5-249 
NBS 

NBS  standard  frequency  and  time  services,  Ra- 
dio Stations  WWV,  WWVH,  WWVB,  WWVL. 
Special  Publication  236,  1970  Edition  16  pages 

(issued  1970)   5-425 A 

NBS 

Standards  and  calibrations-WWVL  changes 
broadcast  format.  NBS  Tech.  News  Bull.  53,  No. 
12,  p.  284,  December  1969    5-426A 

Nelin,  B.  D.,  Baghdady,  E.  J.,  and  Lincoln,  R.  N. 
Short-term  frequency  stability;  characterization, 
theory,  and  measurement.  Proc.  IEEE  53,  No.  7, 
704-722,  July  1965    5-520A 

Newman,  J.,  Fey,  L.,  and  Atkinson,  W.  R. 

A  comparison  of  two  independent  atomic  time 
scales.  Proc.  IEEE  51,  No.  3  498-499,  March 
1963   5-199 


543 


Author  Index — Continued 


Volume  and  Page 

Newman,  J.,  Bonanomi,  J.,  Kartaschoff,  P.,  Barnes, 

J.  A.,  and  Atkinson,  W.  R. 

A  comparison  of  the  TA-1  and  the  NBS-A 
atomic  time  scales.  Proc.  IEEE  52,  No.  4  439, 
April  1964   5-205 

Newman,  J.,  Atkinson,  W.  R.,  and  Fey,  L. 

Spectrum  analysis  of  extremely  low  frequency 
variations  of  quartz  oscillators.  Proc.  IEEE  51, 
No.  2,  379,  February  1963   5-441 

Newman,  J.,  Fey,  L.,  and  Atkinson,  W.  R. 

Obscurities  of  oscillator  noise.  Proc.  IEEE  52, 
No  1,  104-105,  January  1964   5-442 


Pannaci,  E.,  and  Hellwig,  H. 

Automatic  tuning  of  hydrogen  Masers.  Proc. 

IEEE,  55,  No.  4,  pp.  551-552,  April  1967   5-172A 

Pannaci,  E.,  Hellwig,  H.,  McKnight,  R.,  and  Wil- 
son, G. 

Barium  oxide  beam  tube  frequency  standard. 
Proc.  22nd  Ann.  Symp.  on  Freq.  Contr.  (U.S. 
Army  Electronics  Command,  Ft.  Monmouth,  N.  J. 

(Apr.  22-24,  1968)  pp.  529-538,  1968   5-175 A 

Peters,  H.,  Beehler,  R.,  Halford,  D.,  Harrach,  R., 
Allan,  D.,  Glaze,  D.,  Snider,  C,  Barnes,  J.,  Vessot, 
R.,  Vanier,  J.,  Cutler  L.,  and  Bodily,  L. 

An  intercomparison  of  atomic  standards.  Proc. 

IEEE  54,  No.  2,  301-302,  February  1966   5-114 

Peters,  H.,  Vessot,  R.,  Vanier,  J.,  Beehler,  R.,  Hal- 
ford,  D.,  Harrach,  R.,  Allan,  D.,  Glaze,  D.,  Snider, 
C,  Barnes,  J.,  Cutler,  L.,  and  Bodily,  L. 

An  intercomparison  of  hydrogen  and  cesium  fre- 
quency standards.  IEEE  Trans.  IM-15,  No.  4, 

165-176,  December  1966   5-128 

Plush,  R.  W.,  Watt,  A.  D.,  Brown,  W.  W.,  and 
Morgan,  A.  H. 

Worldwide  VLF  standard  frequency  and  time 
signal  broadcasting.  J.  Res.  NBS  (Radio  Prop.) 
65D,  No.  6,  617-627,  November-December  1961  5-297 
Powers,  R.  S.,  and  Snyder,  W.  F. 

Radio-frequency  measurements  in  the  NBS  Insti- 
tute for  Basic  Standards.  NBS  Tech.  Note  373, 

pp.  116,  June  1969   5-176A 

Ptacek,  V.,  Tolman,  J.,  Soucek,  A.,  and  Stecher,  R. 
Microsecond  clock  comparison  by  means  of  TV 
synchronizing  pulses.  IEEE  Trans,  on  Instru.  and 
Meas.,  Vol.  IM-16,  No.  3,  pp.  247-254,  Septem- 
ber 1967    5-424A 


R 


Ramsey,  N.  F. 

The  atomic  hydrogen  maser.  Metrologia  1,  No. 

1,  7-15,  January  1965   5-172A 


Volume  and  Page 

Richardson,  J.  M.,  Beehler,  R.  E.,  and  Mockler, 
R.  C. 

Cesium  beam  atomic  time  and  frequency  stand- 
ards. Metrologia  1,  No.  3,  114-131,  July  1965  __  5-95 
Richardson,  J.  M. 

Progress  in  the  distribution  of  standard  time 
and  frequency.  Progress  in  Radio  Science  1963- 
1966,  Part  I,  Proc.  XVth  General  Assembly  of 
URSI,  Munich,  September  5-15,  1966,  40-62, 
1967    5-423A 


Searle,  C.  L.,  and  Cutler,  L.  S. 

Some  aspects  of  the  theory  and  measurement  of 
frequency  fluctuations  in  frequency  standards. 
Proc.  IEEE  54,  No.  2,  136-154,  February 
1966    5-520A 

Shirley,  J.  H. 

Some  causes  of  resonant  frequency  shifts  in 
atomic  beam  machines.  I.  Shifts  due  to  other 
frequencies  of  excitation.  J.  Appl.  Phys.  34,  No. 
4,  783-788,  April  1963,  Part  I  5-86 

Shirley,  J.  H. 

Some  causes  of  resonant  frequency  shifts  in 
atomic  beam  machines.  II.  The  effect  of  slow 
frequency  modualation  on  the  Ramsey  line  shape. 
J.  Appl.  Phys.  34,  No.  4,  789-791,  April  1963, 
Part  I   5-92 

Snider,  C.  S.,  Beehler,  R.  E.,  Atkinson,  W.  R., 

and  Heim,  L.  E. 

A  comparison  of  direct  and  servo  methods  for 
utilizing  cesium  beam  resonators  as  frequency 
standards.  IRE  Trans.  Instr.  Ml,  Nos.  3  and  4, 
231-238,  December  1962   5-78 

Snider,   C,   Beehler,   R.,   Halford,   D.,  Harrach, 

R.,  Allan,  D.,  Glaze,  D.,  Barnes,  J.,  Vessot,  R., 

Peters,  H.,  Vanier,  J.,  Cutler,  L.,  and  Bodily,  L. 
An  intercomparison  of  atomic  standards.  Proc. 
IEEE  54,  No.  2,  301-302,  February  1966   5-114 

Snider,  C,  Vessot,   R.,   Peters,  H.,   Vaniers,  J., 

Beehler,  R.,  Halford,  D.,  Harrach,  R.,  Allan,  D., 

Glaze,  D.,  Barnes,  J.,  Cutler,  L.,  and  Bodily,  L. 
An  intercomparison  of  hydrogen  and  cesium  fre- 
quency standards.  IEEE  Trans.  IM-15,  No.  4, 
165-176,  December  1966   5-128 

Snyder,  W.  F.,  and  Powers,  R.  S. 

Radio-frequency  measurements  in  the  NBS  In- 
stitute for  Basic  Standards.  NBS  Tech.  Note  373, 
p.  116,  June  1969   5-176A 

Soucek,  A.,  Tolman,  J.,  Ptacek,  V.,  and  Stecher,  R. 
Microsecond  clock  comparison  by  means  of  TV 
synchronizing  pulses.  IEEE  Trans,  on  Instru. 
and  Meas.,  Vol.  IM-16,  No.  3,  pp.  247-254,  Sep- 
tember 1967    5-424A 

Stecher,  R.,  Tolman,  J.,  Ptacek,  V.,  and  Soucek,  A. 
Microsecond  clock  comparison  by  means  of  TV 
synchronizing  pulses.  IEEE  Trans,  on  Instru. 
and  Meas.,  Vol.  IM-16,  No.  3,  pp.  247-254,  Sep- 
tember 1967   ,   5-424A 


544 


Author  Index — Continued 


T 

Volume  and  Page 

Tolman,  J.,  Ptacek,  V.,  Soucek,  A.,  and  Stecher,  R. 
Microsecond  clock  comparison  by  means  of  TV 
synchronizing  pulses.  IEEE  Trans,  on  Instru.  and 
Meas.,  Vol.  IM-16,  No.  3,  pp.  247-254,  Sep- 
tember 1967   5-424A 


V 

Vanier,  J.,  Beehler,  R.,  Halford,  D.,  Harrach,  R., 
Allan,  D.,  Glaze,  D.,  Snider,  C,  Barnes,  J.,  Vessot, 
R.,  Peters,  H.,  Cutler,  L.,  and  Bodily,  L. 

An  intercomparison  of  atomic  standards.  Proc. 

IEEE  54,  No.  2,  301-302,  February  1966   5-114 

Vanier,  J.,  Vessot,  R.,  Peters,  H.,  Beehler,  R.,  Hal- 
ford,  D.,  Harrach,  R.,  Allan,  D.,  Glaze,  D.,  Snider, 
C,  Barnes,  J.,  Cutler,  L.,  and  Bodily,  L. 

An  intercomparison  of  hydrogen  and  cesium  fre- 
quency standards.  IEEE  Trans.  IM-15,  No.  4, 

165-176,  December  1966   5-128 

Vessot,  R.,  Beehler,  R.,  Halford,  D.,  Harrach,  R., 
Allan,  D.,  Glaze,  D.,  Snider,  C,  Barnes,  J.,  Peters, 
H.,  Vanier,  J.,  Cutler,  L.,  and  Bodily,  L. 

An  intercomparison  of  atomic  standards.  Proc. 

IEEE  54,  No.  2,  301-302,  February  1966   5-114 

Vessot,  R.,  Peters,  H.,  Vanier,  J.,  Beehler,  R.,  Hal- 
ford, D.,  Harrach,  R.,  Allan,  D.,  Glaze,  D.,  Snider, 
C,  Barnes,  J.,  Cutler,  L.,  and  Bodily,  L. 

An  intercomparison  of  hydrogen  and  cesium  fre- 
quency standards.  IEEE  Trans.  IM-15,  No.  4, 
165-176,  December  1966   5-128 


w 

Volume  and  Page 

Wainwright,  A.  E.,  Barnes,  J.  A.,  and  Allan,  D.  W. 
The  ammonia  beam  maser  as  a  standard  of  fre- 
quency. IRE  Trans.  Instr.  1-11,  No.  1,  26-30, 
June  1962   5-73 

Wainwright,  A.  E.,  and  Barnes,  J.  A. 

A  precision  pulse-operated  electronic  phase 
shifter  and  frequency  translator.  Proc.  IEEE 
53,  No.  12,  2143-2144,  December  1965   5-113 

Wainwright,  A.  E.,  Halford,  D.,  and  Barnes,  J.  A. 
Flicker  noise  of  phase  in  RF  amplifiers  and  fre- 
quency multipliers:  characterization,  cause,  and 
cure.  Proc.  of  the  22nd.  Ann.  Symp.  on  Freq. 
Contr.  (U.S.  Army  Electronics  Command,  Ft. 
Monmouth,  N.  J.,  Apr.  22-24,  1968)  pp.  340-341, 
1968    5-477 

Watt,  A.  D.,  Plush,  R.  W.,  Brown,  W.  W.,  and 

Morgan,  A.  H. 

Worldwide  VLF  standard  frequency  and  time 
signal  broadcasting,  J.  Res.  NBS  (Radio  Prop.) 
65D,  No.  6,  617-627,  November-December  1961_5-297 

Wilson,  G.,  Hellwig,  H.,  McKnight,  R.,  and  Pan- 

naei,  E. 

Barium  oxide  beam  tube  frequency  Standard. 

Proc.  22nd.  Ann.  Symp.  on  Freq.  Contr.  (U.S. 

Army    Electronics    Command,    Ft.  Monmouth, 

N.  J.,  Apr.  22-24,  1968)  pp.  529-538,  1968  __  5-175 A 
Winkler,  G.  M.  R.,  Hudson,  G.  E.,  Allan,  D.  W., 
Barnes,  J.  A.,  Hall,  R.  G.,  and  Lavanceau,  J.  D. 

A  coordinate  frequency  and  time  system.  Proc. 

of  the  23rd  Ann.  Symp.  on  Freq.  Contr.  (U.S. 

Army    Electronics    Command,    Ft.  Monmouth, 

N.J.,  May  6-8,  1969)  pp.  250-262,  1969   5-250 


545 


Subject  Index1 


1  [Reference  is  to  volume  number,  boldface,  followed  by  page  number  of  this  volume.] 


Volume  and  Page 

A-l  time   5-3,  5-95,  5-199,  5-204,  5-206,  5-240 

time  scale  5-3,  5-95,  5-199,  5-206,  5-224,  5-236,  5-252 

A-3  time   5-236 

time  scale   5-236 

Absorption 

ionospheric   5-373 

Accuracy   5-80,  5-96,  5-116,  5-140,  5-160,  5-232, 

5-252,  5-283, .5-298,  5-314,  5-323,  5-350,  5-361, 
5-423A 

frequency    5-175A,  5-196A 

Aircraft  collision 

avoidance  syst.  (ACAS)  5-391 

Alkali  vapor  cell   5-63 

Allan  variance  5-171,  5-485 

Altitude,  standard  ref.  5-252 

A-magnet   5-17 

Ambiguity 

timing  signal  (VLF)    5-309,  5-345,  5-424A 

Ammonia  maser   5-73,  5-97,  5-436 

spectrum  analyzer   5-436 

Amplifiers  (R.F.) 

flicker  noise   5-477 

Analysis,  statistical   5-315,  5-360 

power  spectral   5-430,  5-436,  5-441 

Antenna,  VLF   5-309 

phase  control  of  __5-308,  5-309,  5-321,  5-325,  5-339, 
5-412,  5-416 
Astronomical 

measurements   5-199 

standard  5-246 

time   5-96,  5-199,  5-208,  5-245,  5-246,  5-254 

5-264A,  5-297 

time  scales   5-264A 

AT  (NBS)    5-252,  5-401,  5-421 

Atomic  beam   5-86,  5-92,  5-152,  5-199 

barium  oxide  5-175A 

cesium   5-18,  5-98,  5-116,  5-158,  5-196A,  5-361 

thallium   5-62,  5-97,  5-124,  5-161,  5-173A 

trajectories   5-19 

Atomic  clock   5-236,  5-246,  5-375,  5-452 

Atomic  frequency  5-4,  5-19 

comparisons  -  5-56,  5-107,  5-114,  5-128,  5-313,  5-360 
standard  5-4,  5-48,  5-73,  5-96,  5-116,  5-124,  5-158, 
5-174A,  5-175A,  5-176A,  5-196A,  5-199,  5-206, 
5-247,  5-249,  5-252,  5-264A,  5-313,  5-360,  5-452, 
5-466,  5-477 

Atomic  second  (See  Second,  atomic)  5-246 

Atomic  standard  __  5-4,  5-73,  5-95,  5-116,  5-124,  5-158 

ammonia  maser   5-66,  5-73,  5-97,  5-157,  5-436 

cesium  beam   5-18,  5-97,  5-116,  5-128,  5-158, 

5-214,  5-361 

gas  cell  5-63,  5-161 

historical   review   5-152 


Volume  and  Page 

hydrogen  maser  _  5-98,  5-128,  5-142,  5-162,  5-166, 
5-173A 

intercomparisons      5-107,  5-114,  5-128,  5-313,  5-360 

masers    5-66,  5-73,  5-157,  5-162,  5-436 

passive   5-471 

rubidium  5-63,  5-161 

thallium   5-62,  5-97,  5-124,  5-158 

Atomic  time          5-4,  5-96,  5-108,  5-199,  5-206,  5-224, 

5-236,  5-246,  5-263A,  5-264A,  5-393,  5-413,  5-421, 
5-452 

A-l   5-4,  5-108,  5-199,  5-213 

comparisons   5-107,  5-199,  5-205,  5-354 

international   5-231,  5-354 

NBS- A          5-109,  5-204,  5-205,  5-212,  5-224,  5-337 

NBS-UA   5-109,  5-213,  5-224,  5-337 

scales-  5-108,  5-199,   5-204,   5-205,  5-206,  5-214, 
5-224,  5-231,  5-236,  5-242,  5-264A,  5-413 

standard  (clock)   5-95,  5-158,  5-202,  5-235 

timekeeping   5-4,  5-96,  5-199,  5-204,  5-452 

ATS-1  satellite   5-370 

Autocovariance  function   5-445,  5-467,  5-475 


Barium  oxide  beam  5-175A 

Beam 

ammonia  5-73,  5-97 

atomic   5-17,  5-73,  5-99,  5-140,  5-152,  5-172A, 

5-196A,  5-199 

barium  oxide  5-175A 

cesium  _  5-18,  5-78,  5-97,  5-116,  5-152,  5-196A,  5-205 

deflection   5-29,  5-99 

detection   5-34,  5-99 

focusing   5-73 

intensity   5-23 

pressure    5-73,  5-75 

sources   5-34 

spectrometer  5-17,  5-99,  5-42 

thallium   5-62,  5-97,  5-99,  5-124,  5-152,  5-173A 

Bias 

functions,  tables   5-479 

uncertainty  5-176A 

BIH    5-213,  5-226,  5-236,  5-254 

Biot-Savart  law  5-5 

Block-Siegert    5-45,  5-86,  5-141 

problem   5-91 

shift   5-90 

B-Magnet  5-17,  5-99 

Bohr 

frequency    5-56,  5-92,  5-141 

magneton  5-5,  5-12,  5-98 

orbit  5-8,  5-98 

Breit-Rabbi  formula    5-14,  5-98 


546 


Subject  Index — Continued 


Volume  and  Page 

Broadcast  services,  NBS   5-176A,  5-425A 

Broadcasts   5-176A,  5-425A 

HF  5-176A,  5-303,  5-323,  5-350,  5-393,  5-425A 

LF  __5-176A,  5-226,   5-297,   5-304,  5-323,  5-338, 
5-353,  5-393,  5-425A, 

Loran-C   5-267,  5-283,  5-353 

NBS  5-176A,  5-246,  5-393,  5-425A 

VLF  5-176A,  5  304,  5-308,  5-309,  5-323,  5-338, 

5-353,  5-360,  5-393,  5-425A,  5-519 
Brouwer's  model   5-209,  5-225,  5-238 


Calibration 

clock  systems   5-452 

frequency    5-78,  5-326,  5-375 

services   (NBS)   5-176A 

Cavity  tuning  effect  5-73,  5-103 

CCIR    5-209,  5-226,  5-360,  5-375,  5-391 

Cell,  gas  5-63 

Cesium 

definition  of  second    5-246,  5-263A 

resonance  frequency   5-78,  5-98,  5-99,  5-263A 

Cesium  133   5-199 

ground  state    5-3,  5-78,  5-98 

resonance   5-78,  5-98 

Cesium  beam  _  5-18,  5-98,  5-116,  5-196A,  5-248,  5-472 

atomic  standard   5-95,  5-264A,  5-313,  5-361 

clock  synchronization   5-109,  5-267 

comparisons   5-107,  5-160,  5-313,  5-366,  5-472 

error  sources    5-101,  5-176A 

frequency  standard    5-97,  5-116,  5-196A, 

5-263A,  5-264A,  5-313,  5-361 

masers,  comparisons  with   5-77,  5-128,  5-472 

performance   5-95,  5-128,  5-160,  5-196A 

quartz  oscillators,   5-354 

comparisons   5-472 

resonators   5-78 

Cesium  frequency  ___  5-141,  5-159,  5-199,  5-314,  5-472 

C-field    5-81,  5-86,  5-117,  5-124,  5-142 

Characteristics,  std. 

freq./time  transmissions   5-351,  5-352 

Classification 

UT-2   5-237 

Clock    5-231,  5-254 

atomic   5-236,  5-246,  5-252,  5-375,  5-423A 

calibrations   5-452 

comparison  errors   176A 

comparison,  microsecond   5-391,  5-424A 

comparison,  television   5-416,  5-424A 

ensembles   5-196A,  5-400,  5-522A 

error  statistics   5-176A,  5-522A 

Loran-C   5-109,  5-267,  5-282 

NBS   5-249,  5-252,  5-401 

portable          5-95,  5-109,  5-242,  5-253,  5-341,  5-345, 

5-354,  5-366,  5-423A,  5-424A 
setting   5-269,  5-284,  5-300,  5-354 
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synchronization  __  5-249,  5-253,  5-267,  5-337,  5-344, 
5-350,  5-375,  5-384,  5-423A,  5-424A 

system   5-242,  5-250,  5-268,  5-461,  5-522A 

USNO   5-249,  5-252 

Clock  5-201 

pendulum  synchronization_5-128,  5-267,  5-344,  5-354 
Comparisons 

atomic  frequency  standards    5-313,  5-360 

clock  errors   5-176A 

frequency    5-59,  5-107,  5-114,  5-116,  5-128, 

5-305,  5-313,  5-353,  5-360 

NBS  freq./time  5-413,  5-519 

time,  time  scales   5-107,  5-119,  5-205,  5-236, 

5-264A,  5-340,  5-345,  5-354 

time,  USNO/NBS   5-519 

Computer  simulation, 

time  synchronization   5-244 

Construction,  time  scales   5-233,  5-337 

Control  of  WWV  and  WWVH   5-309,  5-323, 

5-340,  5-350 

Control  unit,  time  5-217 

Coordinate  system 

freq./time   5-250 

Coordinate  time  5-253 

Coordinated  time  system   5-211,  5-249,  5-255 

Coordinated  UT  (UTC)  ___  5-236,  5-249,  5-253,  5-421 

Coordination  of  atomic  time   5-204,  5-251 

Correlations   5-519 

cross  (WWVL/WWVB)   5-521 

phase  fluctuations  (WWVL)    5-425A 

Coverage,  VLF 

broadcast  station   5-304 

Crystal  oscillator   5-264A,  5-401,  5-520A 

Cycle  (VLF)  identification   5-301,  5-347,  5-426A 


D 


Data 

analysis,  statistical  5-315,  5-360 

sampling   5-467 

Definition 

second    5-236,  5-246 

atomic   5-4,  5-96,  5-201,  5-204,  5-207,  5-246, 

5-247,  5-263A,  5-298,  5-452 

ephemeris   5-206,  5-212,  5-236,  5-247,  5-298 

UT-2   5-204,  5-208,  5-213,  5-337, 

UT-C   

stability  (signals)   5- 

long  term  5- 

short  term   

Delay 

group  (VLF)   5-299,  5-310,  5-348,  5-426A 

phase   5-298,  5-354 

propagation,  satellite   5-371,  5-384 

time    5-298,  5-354 

Detection  ionization,  thallium   5-124 


331, 
331, 


5-297 
5-421 
5-344 
5-444 
5-444 
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Diagrams 

error  flow  5-176A 

NBS  freq./time  systems    5-404 

Differential  phase 

stability    5-312 

Dipole  moment,  magnetic  5-19 

Dissemination,  time_  5-255,  5-350,  5-384,  5-396,  5-424A 

signal  design  ■   5-424A 

Distance 

VLF  frequency  vs  5-366 

Distribution 

frequency  and  time   5-215,  5-251,  5-323,  5-338, 

5-350,  5-396,  5-423A 

Diurnal  variations   5-217,  5-335,  5-425A 

Doppler  effect  (shift)  5-102,  5-141 

Drift,  frequency  corrector      5-218,  5-244,  5-338,  5-393 


E 


Earth  rotation   5-208,  5-225,  5-297 

Electronic  phase 

shifter  5-113 

Energy  level 

diagram    5-12 

Ensembles,  clock  5-196A,  5-393,  5-522A 

Envelope 

timing   (LF)   5-376 

transmitted  shape  (LF)   5-377 

Ephemeris 

second    5-2,  5-206,  5-236,  5-247,  5-297 

time_5-207,  5-208,  5-212,  5-224,  5-236,  5-263A,  5-298 

Epoch  time  5-255 

Error 

analysis,  satellite    5-388 

budget,  cesium  beam   5-105,  5-122,  5-136, 

5-151,  5-176A 

budget,  H-maser   5-135 

budget,  satellite  5-389 

clock  statistics    5-522A 

direct  clock  comparisons  5-176A 

freq./time  dissemination  5-176A 

freq./time  standard  5-101,  5-176A 

LF  timing  5-382 

measurements  5-101,  5-176A 

oscillator  stability   5-176A 

phase  difference   5-51 

radiation   5-52 

time  5-176A,  5-244,  5-375,  5-462 

Experiments 

satellite  timing  5-387 

VLF  timing   5-309,  5-344,  5-426A 


F 

Volume  and  Page 

Faraday  rotation   5-373 

Fields,  deflecting   5-29 

electric   5-102 

Figure  of  merit  5-196A 

Finite  difference  5-446 

Flicker  noise  _  5-131,  5-217,  5-236,  5-242,  5-391,  5-441, 
5-442,  5-444,  5-449,  5-452,  5-470,  5-477,  5-521A 

computer  simulation   5-244 

frequency    5-443,  5-519 

generation   5-449 

model   5-449 

phase   5-443,  5-519 

Fluctuations,  random   5-243 

Formula,  Breit-Rabbi   5-14 

Fourier  transform   5-74,  5-93,  5-238,  5-430, 

5-459,  5-467 

Frequency 

accuracy    5-175A,  5-196A 

Bohr    5-92,  5-141 

calibrations   5-375 

cesium    5-18,  5-128,  5-199,  5-212 

comparisons   5-59,  5-313,  5-326,  5-353,  5-360 

drift    5-245,  5-441 

drift  corrector   5-244,  5-338,  5-406 

flicker  noise    5-443,  5-519 

fluctuations   5-442,  5-444,  5-468,  5-520A 

hydrogen   5-129 

instantaneous   5-432 

laser  5-166,  5-171 

mass  effect  on  5-519 

measurement_5-55,  5-313,  5-350,  5-375,  5-429,  5-436, 

5-519,  5-521A 

modulation   5-93,  5-439 

multiplication   5-437,  5-477 

noise,  white    5-130 

offset    5-113,  5-228,  5-237,  5-257,  5-264A 

separation  (VLF)    5-426 A 

servo  control   5-78,  5-337,  5-410 

shift   5-86,  5-95,  5-142,  5-172A 

stability  5-196A,  5-391,  5-444,  5-520A 

thallium   5-61,  5-97,  5-172A 

translator   5-113 

Frequency  stability   5-331,  5-463 

cesium  standard   5-130 

H  maser   5-132 

long  term  5-134 

measurement   5-429 

short  term   5-132,  5-331,  5-520A 

Frequency  and  time   5-234,  5-391 

control   5-405 

coordinate  system   5-249,  5-250 

dissemination   5-337,  5-384,  5-393,  5-410 

dissemination   error   5-176A 
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distribution  of          5-269,  5-303,  5-324,  5-338,  5-350 

generation   5-397 

measurement  progress   5-391,  5-423A 

standards  error     5-176A 

statistics        5-236,  5-250,  5-452,  5-466,  5-479,  5-519 

Frequency  comparison 

precision  related  to  distance  5-365 

Frequency  offset,  zero    5-264A 

Frequency  shift,  resonance  5-172A 

Frequency  standard   5-78,  5-152,  5-167,  5-175A, 

5-196A,  5-246,  5-249,  5-393,  5-398,  5-466,  5-477 

ammonia  maser  5-66,  5-77 

atomic  5-196A,  5-466,  5-477 

barium  oxide  5-176A 

cesium   5-18,  5-95,  5-128,  5-140,  5-196A,  5-214, 

5-264A 

dividers   5-356 

errors  5-176A,  5-260 

fluctuations   5-250,  5-362,  5-444 

Fourier  5-442 

gas  cell   5-63 

hydrogen    5-98,  5-128,  5-142 

intercomparisons         5-59,  5-95,  5-114,  5-128,  5-313, 

5-353,  5-360 

merit   5-100,  5-130,  5-131,  5-174A,  5-196A 

multipliers   5-356,  5-439 

NBS          5-100,  5-116,  5-176A,  5-196A,  5-246,  5-400 

NBS  functional  data  5-69 

optical   5-166,  5-171,  5-391 

passive  5-471 

quartz  5-78,  5-185 

rubidium   5-63,  5-98,  5-161,  5-474 

statistics  of  5-466 

synthesizers   5-356 

Thallium  5-62 


Volume  and  Page 

Hamiltonian  5-4,  5-86 

HBG/WWVB  measurements  5-380 

Helium  cooled  oscillator  5-431 

HF 

broadcasts   5-284,  5-303,  5-324,  5-350,  5-351, 

5-410,  5-425A 

propagation   5-303,  5-324,  5-350 

signals    5-324,  5-350 

distribution  by  5-350 

time  signals   5-324,  5-350,  5-375,  5-425A 

Historical  review  of 

atomic  standards  5-152 

Hydrogen 

frequency    5-114,  5-137 

versus  cesium  5-114,  55-137 

maser   5-98,  5-142,  5-172A,  5-173A 


IBS  measurements  5-176A 

Intercomparisons 

atomic  standards  __  5-114,  5-128,  5-313,  5-358,  5-360 

5-466 

hydrogen  &  cesium  5-128 

satellite  tests   5-373 

International 

atomic  time  scale   5-231,  5-360 

clock  comparisons   5-423A,  5-424A 

International  compar. 

of  atomic  standards   5-313,  5-353,  5-360, 

unit  of  time  5-246 

Ionospheric  absorption   5-373 


Gas  cell,  alkali  5-63 

GBR,  VLF  station  ___  5-208,  5-304,  5-314,  5-352,  5-360 
Geostationary  satellite 

transponder  5-385 

Gravitational  potential   5-202,  5-255 

Ground  phase  pattern  (VLF)   5-425A 

Ground  state 

cessium  5-3,  5-78 

electronic   5-113 

Ground  wave  propagation  (LF)   5-287,  5-381 

Group  delay  (VLF)  5-310 

predictions   5-426A 


Laboratory 

cesium  beam  standards  —  5-59,  5-106,  5-152,  5-314, 

5-360 

Laser  frequency  5-166,  5-171 

Laser,  methane 

stabilized  5-166,  5-171 

LF 

antenna   5-325,  5-339 

broadcasts_5-176A,  5-304,  5-325,  5-338,  5-353,  5-375, 

5-393,  5-425A 

control  of  WWV/WWVH   5-323,  5-340,  5-350 

distribution  by   5-353 

envelope  measurements   5-379 

frequency  measurements   5-521A 

phase  control   5-309,  5-323,  5-331,  5-337 

phase  shifts   5-335 

phase  stability   5-331,  5-376 

propagation   5-323,  5-331,  5-381 

propagation  statistics  5-519,  5-521A 
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signals   5-326,  5-353 

timing  system  5-379 

transmissions   5-304,  5-325,  5-338,  5-352,  5-360 

Light,  velocity   5-201,  5-298,  5-349 

Line  width   5-73,  5-166,  5-171,  5-354 

Long  term  stability   5-160,  5-173A,  5-252,  5-444 

Loran  C  ___  5-109,  5-204,  5-209,  5-264A,  5-267,  5-282, 

5-353 

groundwave  measurements   5-287 

skywave  measurements   5-304 

Lorentz  derivative 

function   5-168 

transformation'  5-202 

Lorentzian  line  5-171 

LSRH   5-208,  5-214,  5-314,  5-361 

M 

Magnets   5-17 

A-magnet  5-17 

B-magnet  5-17 

Magnetic  field  5-101 

measurement  5-50 

nonuniform   5-102 

longitudinal  5-101 

transverse   5-102 

strong  5-13 

uncertainty  in  5-101 

weak    5-9 

Maser   5-66,  5-73,  5-157,  5-520A 

ammonia  (NH,)    5-73,  5-95,  5-436,  5-471 

spectrum  analyzer   5-429,  5-436 

hydrogen    5-98,  5-142,  5-172A,  5-173A 

stability   5-77 

Mass 

effect  on  frequency  5-519 

Measurements   5-309,  5-329 

accuracy   5-80,  5-96,  5-232,  5-323,  5-353,  5-361 

astronomical   5-199,  5-263A 

HBG/WWVB  5-380 

IBS  5-176A 

LF  envelope   5-379 

LF  timing  system   5-107,  5-379 

manual, 

of  frequency  5-78 

of  noise  5-466 

maser  frequency   5-75 

phase  velocity,  VLF   5-299,  5-342,  5-346 

precision   5-79,  5-318,  5-353 

radio  __  5-95,  5-176A,  5-264A,  5-282,  5-309,  5-313, 
5-323,  5-337,  5-344,  5-360,  5-375,  5-391,  5-425A, 

5-426A,  5-519,  5-521A 

satellite   5-370,  5-384,  5-423A 

servo  5-78 

TV  timing   5-416,  5-424A 

uncertainty    5-48 

VLF         5-95,  5-176A,  5-264A,  5-309,  5-313,  5-326, 

5-340,  5-342,  5-344,  5-353,  5-360,  5-423A,  5-424A, 

5-525A,  5-526A 
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Merits 

frequency  standards    5-69,  5-100,  5-122,  5-128, 

5-140,  5-174,  5-196A 

Meteor  trail  time 

distribution   5-220,  5-357 

Methane  line  5-166 

Metric  time  5-254 

Microsecond  clock  comp.  5-176A,  5-384,  5-391, 

5-423A,  5-424A 

Loran-C   5-267,  5-288 

portable  clock    5-249,  5-354,  5-416,  5-423A 

satellite    5-370,  5-384 

TV  pulses   5-416,  5-424A 

Modulation,  frequency    5-93 

Molecular  absorption  5-166,  5-171 

Molecular  beam   5-66 

Moonbounce  timing    5-387 

Multifrequency  broadcast, 

WWVL  (NBS)    5-426A 

Multiple  carrier,  VLF   5-309,  5-344,  5-426A 

Multipliers 

chain   5-79,  5-105,  5-116,  5-121,  5-126,  5-144, 

5-196A,  5-429,  5-436 
flicker  noise   5-437,  5-477 


N 


NASA  STADAN  tests  5-373 

National  Physical  Laboratory          5-206,  5-314,  5-361 

National  Research  Council  (NRC) 

atomic  time  scale   5-264A 

National  unified  standards  5-250 

Naval  observatory 

U.S.  (USNO)__  5-176A,  5-206,  5-249,  5-251,  5-264A, 
5-314,  5-360,  5-371,  5-519 

NBA,  VLF  station   5-209,  5-314,  5-352 

NBS  (National  Bureau  of  Standards)  5-176A, 

5-196A,  5-204,  5-206,  5-214,  5-224,  5-246,  5-249, 

5-251,  5-264A,  5-314,  5-323,  5-345,  5-361,  5-391, 

5-396,  5-425A,  5-426A,  5-519 

A-time,  time  scales          5-109,  5-204,  5-205,  5-213, 

5-224,  5-249,  5-252,  5-264A,  5-335,  5-337,  5-421 
broadcast  services  —  5-176A,  5-246,  5-410,  5-425A, 

5-426A 

clocks  5-176A,  5-249,  5-252,  5-399 

freq./time  comparisons—  5-360,  5-413,  5-423A,  5-519 
frequency  standard  ___  5-100,  5-116,  5-128,  5-196A, 

5-246,  5-400 

portable  clocks   5-416 

radio  stations  —  5-176A,  5-246,  5-253,  5-410,  5-416, 

5-425A,  5-519 

time  scales  __  5-109,  5-176A,  5-199,  5-204,  5-205, 
5-212,  5-249,  5-252,  5-421,  5-423A 

timekeeping  system  5-176A,  5-249,  5-252,  5-401 

NBS-UA  time,  time  scale  __5-213,  5-225,  5-335,  5-337 
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NHs 

absorption   5-97 

maser   5-97 

N"H3   5-73 

N"Ho   5-73 

Near  field  measurements 

(antenna)    5-426 A 

Noise 

crystal  oscillator  _       _  5-441,  5-442,  5-474,  5-520A 

flicker  (see  also  flicker  noise)   5-442,  5-444, 

5_449,  5-452,  5-466,  5-470,  5-477 

masers   5-466,  5-474,  5-520A 

measurement   5-466 

model   5-238 

obscurities,  in  oscillator   5-442 

oscillator   5-442 

power  law  spectra  5-238 

rubidium   5-474 

thermal   5-441,  5-442,  5-520A 

white  frequency  ___  5-130,  5-236,  5-450,  5-467,  5-519 

Nonreciprocity  effects 

satellite  radio  paths  5-373 

NSS,  VLF  radio  station   5-253,  5-360,  5-519 


0 


Offset  frequency   5-113 

corrector   5-113 

zero    5-264A 

Omega  navigation  system   5-254,  5-354,  5-391 

Optical  frequency  standards   5-166,  5-171,  5-391 

Optical  pumping-   5-154 

Orbit,  Bohr  5-8 

Origin,  time  scale   5-255 

Oscillators   5-54,  5-75 

aging  5-213,  5-453 

drift,  corrector   5-215,  5-218,  5-339,  5-406 

helium  cooled,  quartz   5-429,  5-438 

obscurities  of  noise  in   5-442 

quartz    5-78,  5-92,  5-199,  5-212,  5-217,  5-242, 

5-264A,  5-401,  5-406,  5-429,  5-436,  5-438,  5-441, 
5-442,  5-444,  5-454,  5-472,  5-520A 

servo  controlled   5-78,  5-92,  5-105,  5-520A 

spectrum  analysis   5-429,  5-436,  5-441 

■stability  5-176A,  5-453,  5-520A 

statistics   5-452,  5-469,  5-479 
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Phase 

control,  remote   5-309,  5-325,  5-338,  5-350 

difference  error    5-51,  5-102 

finite  differences   5-446,  5-463 

fluctuations    5-299,  5-308,  5-364,  5-425A,  5-453, 

5-454,  5-521A 

lock  system  5-311,  5-350 

monitoring  5-216 

second,  third  differences   5-455 

shifter,  electronic   5-113 

shifts,  diurnal   5-335 

stability,  VLF   5-299,  5-331,  5-344,  5-376 

tracking,  VLF    5-218,  5-311,  5-345 

Phase  noise,  flicker  5-519 

Phase  shifter 

electronic   5-113 

servo   5-412 

Polarity  dependent 

shifts  5-102 

Portable  clocks 

comparisons    5-242,  5-253,  5-416,  5-423A 

distributed  by  ___  5-267,  5-341,  5-354,  5-366,  5-423A 
measurements  related 

to  VLF  results   5-366 

standard  5-107 

Pound  Rebka  effect    5-253,  5-260 

Power 

spectral  analysis   5-430,  5-436 

spectrum   5-429,  5-436,  5-466 

Precision 

(see  also  standard  deviation^         5-80,  5-100,  5-116, 

5-160,  5-305,  5-318,  5-353,  5-452 

measurement   5-79,  5-318,  5-332,  5-353,  5-436 

VLF  measurement   5-305,  5-312,  5-353,  5-365 

Prediction,  UTC   5-238 
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degree  Celsius  3   °C 

gram   g 


Name  Symbol 


newton   N 

joule   J 

watt   W 

coulomb   C 

volt   V 

ohm   n 

farad   F 

weber   Wb 

henry   H 

tesla   T 


mole   mol 

Siemens  4   S 


Additional  Names  and  Symbols  approved  for  NBS  use 


1  The  same  name  and  symbol  are  used  for  thermodynamic  temperature  and  temperature  interval. 
(Adopted  by  the  13th  General  Conference  on  Weights  &  Measures,  1967. 

'-  Accepted  by  the  General  Conference  on  Weights  &  Measures  for  use  with  the  SI. 

3  For  expressing  "Celsius  temperature"  ;  may  also  be  used  for  a  temperature  interval. 

4  Adopted  by  IEC  and  ISO. 

Table  for  Converting  U.S.  Customary  Units  to  Those 
of  the  International  System  (SI)  5 

To  relate  various  units  customarily  used  in  the  United  States  to  those  of  the 
International  System,  the  National  Bureau  of  Standards  uses  the  conversion  factors 
listed  in  the  "ASTM  Metric  Practic  Guide",  designation:  E  380-70.  These  are  based  on 
international  agreements  effective  July  1,  1959,  between  the  national  standards 
laboratories  of  Australia,  Canada,  New  Zealand,  South  Africa,  the  United  Kingdom, 
and  the  United  States. 

To  convert  from: 

(1)  inches  to  meters,  multiply  by  0.0254  exactly. 

(2)  feet  to  meters,  multiply  by  0.3048  exactly. 

(3)  feet  (U.S.  survey)  to  meters,  multiply  by  1200/3937  exactly. 

(4)  yards  to  meters,  multiply  by  0.9144  exactly. 

(5)  miles  (U.S.  statute)  to  meters,  multiply  by  1609.344  exactly. 

(6)  miles  (international  nautical)  to  meters,  multiply  by  1852  exactly. 

(7)  grains  (1/7000  lbm  avoirdupois)  to  grams,  multiply  by  0.064  798  91  exactly. 

(8)  troy  or  apothecary  ounces  mass  to  grams,  multiply  by  31.103  48  .  .  . 

(9)  pounds-force  (lbf  avoirdupois)  to  newtons,  multiply  by  4.448  222  .  .  . 

(10)  pounds-mass  (lbm  avoirdupois)  to  kilograms,  multiply  by  0.453  592  .  .  . 

(11)  fluid  ounces  (U.S.)  to  cubic  centimeters,  multiply  by  29.57  .  .  . 

(12)  gallons  (U.S.  liquid)  to  cubic  meters,  multiply  by  0.003  785  ..  . 

(13)  torr  (mm  Hg  at  0  °C)  to  newtons  per  square  meter,  multiply  by  133.322  exactly. 

(14)  millibars  to  newtons  per  square  meter,  multiply  by  100  exactly. 

(15)  psi  to  newtons  per  square  meter,  multiply  by  6894.757  .  .  . 

(16)  poise  to  newton-seconds  per  square  meter,  multiply  by  0.1  exactly. 

(17)  stokes  to  square  meters  per  second,  multiply  by  0.0001  exactly. 

(18)  degrees  Fahrenheit  to  kelvins,  use  the  relation   Tas=  (tF+459.67) /1.8. 

(19)  degrees  Fahrenheit  to  degrees  Celsius,  use  the  relation  Ua—  (tF— 32)/1.8. 

(20)  curies  to  disintegrations  per  second,  multiply  by  3.7 xlO10  exactly. 

(2"1)  roentgens  to  coulombs  per  kilogram,  multiply  by  2.579  760x10"'  exactly. 


3  Systeme  International  d'Unites  (designated  SI  in  all  languages). 


